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TEK PRODUCTS 



1982 



Introducing a year of 50 new 
products and a new company 
structure. 

Tek’s 1982 Catalog is thicker by some 60 
pages Over 50 new products are being of- 
fered this year providing the superior perfor- 
mance, increased productivity and 
unmatched value you expect from 
Tektronix Each major product introduction 
is marked QQ for easy reference 

And, there’s more news. 

This year s catalog is organized to reflect 
Tek's new decentralized, divisional struc- 
ture. Each Division is virtually a self- 
contained entity with its own engineering, 
manufacturing, marketing and sales 
responsibilities 

Each Tektronix Sales Engineer now 
specalizes in the products and applications 
for a major area of customer activity: digital 
design and test, computer graphics, com- 
munications, and general test and 
measurement. 

You can receive additional product informa- 
tion by calling your nearest Tektronix Sales 
Office listed on pages 366-368 or by return- 
ing the reply card attached between pages 
208 and 209 



Tektronix 

COMMTTTED TO EXCELLENCE 




INSTRUMENTS 

DIVISION 



SIGNAL PROCESSING 1 43 

SYSTEMS 

Waveform Digitizing Instruments and Systems, 
practical solutions to measurement problems 
and analysis through the use of specifically 
designed digitizers, systems and software. 



LABORATORY AND PORTABLE 148 
OSCILLOSCOPES 

Versatile, easy-to-operate oscilloscope fam- 



Copyright © 1981 Tektronix. Inc All rights reserved 







POWER SOURCE 

CONSIDERATIONS 10 

Material on power sources and power cord 
/plug options. 



ENVIRONMENTAL 
CHARACTERISTICS 10 

Information about how to interpret environmen- 
tal specifications. 



DATA COMMUNICATION 26 

ANALYZERS 

The 830 Series family of Data Communications 
Testers are designed to identify faulty elements 
in a data communications network. The 834 
offers a high degree of programmability which 
allows easy go/no-go testing. 

The 851 Digital Tester is a first-line, multifunc- 
tional service instrument developed to meet the 
needs of the digital service industry. 



OEM IMAGING 94 

PRODUCTS 

For both OEM and end-users, we offer a wide 
range of display monitors for direct viewing or 
photography; X-Y (random dot scan or vector) 
and raster scan (video) displays. Modular Pack- 
aging is available on many instruments. 



CABLE TESTERS/TDR 1 1 6 

These TDR cable testers provide installation 
and maintenance people with fast, accurate, 
portable tools for checking the internal condi- 
tion of cables and locating faults. 



ilies, with your choice of plug-in or portable 
configurations. From 500 kHz to 1 GHz band- 
width. Conventional, dual beam oscilloscopes. 
Multimode, variable persistence storage, wave- 
form digitizers, realtime and sampling, choose 
the configuration that fits your application. 



SERVICE & SUPPORT 351 

Details about ordering, training, calibration, 
maintenance, repairs, parts, service, terms of 
sale and warranty. 



TERMS OF SALE 356 

Information on prices, terms, shipping esti- 
mates. and best method of transportation on 
Tektronix products, accessories and replace- 
ment parts. 



SEMICONDUCTOR 36 

TEST SYSTEMS 

Tektronix offers comprehensive solutions for 
automated test and measurement problems 
encompassing linear and digital ICs, LSI de- 
vices, Microprocessors and discrete 
components. 



SPECTRUM ANALYZERS 1 1 8 

High performance 490 Series Compact Spec- 
trum Analyzers covering 50 kHz to 220 GHz 
with full programmability/GPIB option and ease 
of operation features. 7000 Series compatible, 
lab grade plug-in spectrum analyzer family cov- 
ering 20 Hz to 60 GHz. 



bus, and provides state-of-the-art calibration 
standards.The new programmables are com- 
patable with over 40 TM 500 manual instru- 
ments. You link together literally hundreds of 
customized systems. Programmable, manual, 
or mixed. 



INDEXES 357 

Functional and alphanumeric indexes for quick 
easy access. 

SALES & SERVICE OFFICES 366 

A complete listing of Tektronix worldwide sales 
and service offices. Consult the listing for the 
one nearest you. 



LOGIC ANALYZERS 43 

Tektronix Logic Analyzers save time and mon- 
ey in designing, evaluating, manufacturing and 
servicing digital products. From 8 to 104 chan- 
nels with sophisticated modules for high speed 
timing analysis, stimulation of the circuit under 
test, and microprocessor analysis. 



PHOTOMETER/RADIOMETER 31 1 

A lightweight, portable digital photometer/ra- 
diometer with probes for measuring luminance, 
illuminance, irradiance, light-emitting diode out- 
put, and relative intensity. 



IEEE-488 PROGRAMMABLE 250 
AND MANUAL GENERAL 
PURPOSE INSTRUMENTS 

The TM 5000 introduces a new group of pro- 
ducts, fully programmable via the IEEE-488 



CURVE TRACERS 301 

Curve Tracers can deliver comprehensive infor- 
mation about a multitude of semiconductor 
devices and integrated circuits. 



CAMERAS, PROBES, 315 

CARTS AND ACCESSORIES 

Extend your measurement capabilities. Con- 
tains selection guides, charts, descriptions, and 
specifications. 
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As measurement needs grew in number and 
complexity over the past few decades, people 
began to realize that traditional design and test 
procedures were becoming inadequate When 
the inadequacies became intolerable, special in- 
terfaces were designed and various instruments 
were connected to controllers to form specialized 
test systems From these beginnings, some major 
benefits of automated test and measurement 
were quickly realized: 

• Test and measurement labor costs were 
reduced. 

• Human error decreased through precise and 
repeatable automation of measurements. 

• Skilled people were released from mundane or 
repetitive procedures to pursue more creative 
research and design activities 

• Sophisticated analysis techniques could rou- 
tinely be applied to provide greater insight into 
devices and processes 



But. for all their benefits, automated test and 
measurement systems still had some significant 
problems Mostly, these stemmed from each 
system being unique, custom built The automa- 
tion need had to be severe to justify custom 
design costs Systems and data formats were not 
generally compatible with each other And chang- 
ing the system or adding instruments meant 
another custom design effort 

Test and measurement automation was still too 
fragmented and costly for general use, even 
though the benefits were generally needed A 
standard interfacing system providing across-the- 
board compatibility for a variety of instrumenta- 
tion and instrument controllers seemed to be the 
solution 

GPIB — The First Step Toward Compatibility 

In 1975, the first major step toward general 
compatibility in electronic instrumentation for sys- 
tems use was taken This step was IEEE publica- 
tion of the 488 standard defining an interface and 
communications bus for programmable instru- 
ments This standard bus is commonly called the 
GPIB--the General Purpose Interface Bus 



IEEE Standard 488, which was further refined in 
1978. defines an interfacing system that has 
become a widely accepted instrument industry 
standard The major areas it specifies are 

1 Mechanical -the interface connector and 
cable 

2 Electrical -the logic signal levels and how 
the signals are sent and received. 

3 Functional -the tasks an instrument's inter- 
face may perform-such as sending data, 
receiving data, triggering the instrument, 
etc -and the protocols to be used 

Today, a wide variety of instruments include 
interfaces conforming to this mechanical, electri- 
cal, and functional standard These GPIB-com- 
patible instruments and instrument controllers 
make it possible to achieve the benefits of auto- 
mated test systems without paying the previous 
price of custom system design With GPIB com- 
patibility, measurement capability can be chosen 
off-the-shelf and simply cabled with standard bus 
cables in either a linear or star configuration 
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INTERFACE MANAGEMENT BUS 
(5 signal llnas) 



IFC • Interface Ctear 
ATN • Attention 
SRQ - Service Request 
REN - Remote Enable 
EOt - End or Identify 

DAV • Data Valid 

=D - Not Reedy For Data 
NDAC • Not Data Accepted 



GPIB HARDWARE CHARACTERISTICS 

• Cable length of up to 20 meters (approximate- 
ly 66 feet) with a device load for every 2 
meters of cable (i e ., cable length <2X num- 
ber of instruments) 

• Up to 15 devices (1 controller and 14 instru- 
ments) may be connected in linear or star 
configurations 

• Voltages are generally TTL-compatible 



• GPIB signal and data lines are asserted (or 
true) when pulled low (< +0.8 V) and released 
(or false) when pulled high (> +2.0 V) 

• Maximum data rate of up to 250 
kilobytes/second over a distance of 20 meters 
with 2 meters per device or faster with some 
special restrictions (refer to IEEE Standard 
488 1978 for details). 



Interface Functions Defined by IEEE-488 
1978 



Function Description 

Talker (T) Allows instrument to send data 



Listener (L) 

Source 

Handshake 

(SH) 

Acceptor 

Handshake 

(AH) 



Allows instrument to receive data 

Synchronizes message 
transmission 



Synchronizes message 
reception 



Remote-Local Allows instrument to select 
(RL) between GPIB interface and 

front-panel programming 



Device Clear Puts instrument in 
(DC) initial state 



Device Trigger Starts some basic operation 

(DT) of the instrument 

Parallel Allows up to eight 

Poll (PP) instruments simultaneously to re- 

turn a status bit to the controller 



Controller (C) Sends device addresses and oth- 
er interface messages 




Tektronix’ Systems Experience 

Long before publication of the IEEE-488 Stan- 
dard, Tektronix had entered the test and mea- 
surement systems business The measurement 
speed and capabilities of the Tektronix automat- 
ed oscilloscope and Tektronix semiconductor test 
systems quickly highlighted the benefits to be 
gained from measurement automation. And just 
as quickly came the realization that a system 
interfacing standard was needed But what 
standard 9 

The possibilities of the proposed IEEE -488 stan- 
dard were recognized And, when the IEEE -488 
standard became reality, GPIB compatibility was 
already an integral part of Tektronix product 
planning and engineering The result is that 
Tektronix is now a recognized major supplier of a 
full line of GPIB system components -a supplier 
that puts more than a decade of systems plan- 
ning, design, and implementation experience into 
each product 
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Linear Configuration 




Star Configuration 



GPIB System Components 

An automated test and measurement system 
usually consists of the following components: 

• Multiple instruments these are either stimulus 
instruments, such as frequency generators, 
pulse generators, and power supplies, or mea- 
surement instruments, such as counters, 
waveform digitizers, and multimeters 

• Controller with software this tells the instru- 
ments what to do. collects the results, and 
processes them The system controller is gen- 
erally a small computer The software or 
firmware operating system must have a pow- 
erful, flexible I/O structure to handle GPIB bus 
traffic It must also have processing power for 
waveform manipulation and graphics power 
for display 

• Computer peripherals these are devices such 
as tape drives, printers, and plotters that store 
or display the results of the tests 

• A keyboard this enables the user to send 
commands or information to the system 

• A display the display allows the user to review 
intermediate results and to monitor system 
operation 

For smaller systems, these last three components 
are often incorporated in the system controller--a 
desktop computer, such as the TEKTRONIX 4050 
Series, that is specifically designed for use with 
instrument systems Larger, more powerful sys- 
tems, however, may be minicomputer-based, 
augmented by one or more high-speed mass 
storage devices, a graphic display terminal, and 
run under specialized instrument control and sig- 
nal processing software such as TEK SPS BASIC 



All these components can be easily 
interconnected if the standard GPIB interface has 
been built in and appropriate functions made 
programmable Before GPIB, most measurement 
systems were operated by controllers that re- 
quired a separate connector (port) for each in- 
strument With the GPIB this is no longer a 
requirement Users can directly link up to 14 
instruments with the controller via the bus, and 
set up the systems in linear or star configurations. 
Additionally, some controllers can drive more than 
one GPIB port The TEKTRONIX 4041 has an 
option for a second port, allowing control of up to 
28 instruments Or, if you need more, TEK SPS 
BASIC operated with a properly optioned DEC 
PDP-11 minicomputer can drive up to four GPIB 
ports, providing a total system potential of 56 
instruments 

All these devices -the controller, measurement 
instruments, and peripherals- comprise the hard- 
ware The system cannot operate, however, un- 
less it is driven by software 

There are two levels of software necessary, the 
operating system software and the user written 
application programs The operating system soft- 
ware provides a set of commands and functions 
that the user combines into a program that 
delineates the measurement and processing task 
to be performed. The software, guided by the 
user program, works through the controller to tell 
the instruments what signals to generate, what 
measurements to make, and tells the controller 
what to do with the results 



The software and the program in the controller 
make the system do what the user wants The 
GPIB interface allows users to plug system com- 
ponents together, but without software, the sys- 
tem can do nothing 

In programmable instrument systems, the "lan- 
guage’ of the software or program has several 
meanings: 

1 The controller has its own language, such as 
BASIC, and users must express their inten- 
tions in this language 

2. Within the context of the controller s lan- 
guage, the intrument’s commands (or "lan- 
guage") have to be sent over the GPIB 

3 The actual control of the GPIB interface is 
transparent to the user with Tektronix instru- 
ment controllers and software. 

In order to make the system operate, the user has 
to 

1. Know what tasks the system is to perform - 
the system can do nothing by itself 

2. Know the controller's language 

3. Know the kind of data or language the 
instruments are designed to exchange 

To make these tasks easier for you, Tektronix has 
taken several steps beyond simple IEEE-488 com- 
patibility Consistency has been designed into 
each system component for the greatest degree 
of compatibility. Intelligence has been designed 
in to relieve you from niggling interfacing details 
And firmware and software have been designed 
and written to provide the maximum in program- 
ming ease and measurement capability 

Consistency Makes a Big Difference 

Tektronix GPIB products are designed and thor- 
oughly evaluated for compliance with IEEE -488 
and for compatibility with one another Because 
these products are designed to be compatible 
(i.e., meet the same standards), users usually 
won't need to make hardware and software 
modifications for each new addition or deletion to 
the configuration. Many software routines need to 
be written only once, after which only minor 
modifications are needed with the addition of 
new instruments 
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A status check routine, for instance, will work on 
all Tektronix GPIB instruments A message termi- 
nator common to all Tektronix GPIB instruments is 
a further benefit But, since the IEEE-488 Stan- 
dard allows several optional message termina- 
tors, Tektronix instruments go an extra step by 
providing a switch for selecting optional termina- 
tors These features provide users with the capa- 
bility of quickly configuring and reconfiguring 
interactive and automated measurement 
systems. 

The result is a line of products that are not only 
GPIB compatible -but are capable GPIB instru- 
ments with the features that make them useful 
and the compatibility that makes them work 
together. 

Tektronix Codes and Formats Standard 
Means Programming Ease 

The IEEE-488 Standard specifies the hardware 
interface and its basic functional protocol. It also 
specifies a set of codes called interface mes- 
sages that control interface functions However, 
the IEEE-488 Standard does not specify the syn- 
tax or coding of device-dependent messages - 
the messages that control the programmable 
features of the instrument 

Since the device-dependent messages are not 
specified, instruments that conform to the IEEE- 
488 Standard may use inconvenient or even 
incompatible message formats It’s much like a 
telephone system--the hardware link is well de- 
fined, but unless both parties speak the same 
language, communication is impossible. That’s 
why Tektronix developed a Codes and Formats 
Standard that specifies the syntax and coding of 
device dependent messages, while retaining full 
IEEE-488 compatibility. The Tektronix Codes and 
Formats Standard specifies message coding to: 

• be simple and unambiguous 

• use commands that are common among simi- 
lar devices 

• use simple, easy-to-remember mnemonics 



GPIB ADDRESS 



LF OR EOI 

TALK ONLY- 
LISTEN ONLY 



16 8 4 2 1 



11 I I I I I 




EOI- 



Each GPIB instrument or peripheral, called a device, must be 
assigned a different system address, this can be done simply 
by setting switches, usually located on the back panel of the 
device 



The benefits of the Tektronix Codes and For- 
mats Standard are numerous. Codes and For- 
mats is a major feature of the Tektronix GPIB 
communications protocol Because of their natu- 
ral English-like structure, instrument control com- 
mands and messages are easy to use. The result 
is a GPIB implementation that is specifically de- 
signed to overcome the programming rigidity and 
cumbersome procedures of other GPIB systems 

ASCII Data Standard. Since most controllers 
accept ASCII data directly, Tektronix GPIB instru- 
ment commands are coded in ASCII. This elimi- 
nates the need for error-prone data conversions 
or byte-by-byte encoding. For example, to set the 
center frequency of the 492P Spectrum Analyzer 
at 1.75 MHz, the command is simply written FREQ 
1 .75 MHz--no more calculated percentages of full- 
scale or BCD equivalents. Settings for Tektronix 
GPIB instruments are sent as ASCII data in human 
readable form 

Flexible Formats. Many minor format items that 
are aggravations in other systems are also taken 
care of by Tektronix Codes and Formats. For 
example, Tektronix GPIB instruments accept neg- 
ative zeros and leading and trailing spaces; they 
also overlook inconsistent use of upper and lower 



case letters And, since truncated numbers can 
drastically affect measurements, Tektronix GPIB 
instruments round off rather than truncate: eg, a 
value of 2 49 becomes 2.5 rather than 2 4 In 
short, the built-in intelligence is used to make 
intelligent decisions That makes your program 
ming job much less rigid and substantially easier 

Common Messages. To make things even easi- 
er, Tektronix Codes and Formats also specifies 
messages that are to be common to all Tektronix 
programmable instruments. For example, you can 
program your system to learn the current settings 
of any Tektronix GPIB instrument by sending the 
instrument the SET? message Any GPIB com- 
patible instrument from Tektronix -whether it is a 
waveform digitizer, a programmable power sup- 
ply, or a function generator -interprets SET? the 
same way The instrument firmware gathers the 
instrument's settings together and assembles 
them into a human readable message to be sent 
over the bus to the controlling software If you 
know how to operate a function generator, then 
you already know how to read a settings mes- 
sage from a Tektronix GPIB compatible function 
generator 

BASIC Languages. Because users are increas- 
ingly interacting with GPIB systems at the control- 
ler keyboard rather than at instrument panels, 
GPIB systems must be as friendly as possible. 
This means, too, that the controller languages 
should be simple, logical, and easy to interpret 
and implement That's why Tektronix Codes and 
Formats specifies BASIC as the language of 
preference for Tektronix instrument controllers. 
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BASIC is an established language with wide use 
and familiarity. It is also an English-like language 
that is easy to learn and understand So, com- 
bined with the English-like messages used with 
Tektronix GPIB instruments, it becomes a consis- 
tent and familiar means of communicating with 
your system. And your program listings are easy 
to read and follow, with very little interpretation 
required (For more details on Tektronix Codes 
and Formats, ask your Tektronix Sales Engineer 
or Representative for Application Note 99AX- 
4607, "Tektronix Codes and Formats for GPIB 
Instruments") 

Controllers to Match Your Needs 

With the introduction of the new 4041 System 
Controller, Tektronix now offers three controller- 
software packages to meet varying GPIB system 
needs. These packages are: 

• the 4041 System Controller, optimized for in- 
strument control in a variety of situations 

• the 4050 Graphic Computing Systems, opti- 
mized for desk top instrument control and 
computing with full graphics capabilities 

• TEK SPS BASIC software with the DEC PDP- 
1 1 Series minicomputer, optimized for systems 
with full waveform acquisition, processing, and 
graphics 

The 4041 System Controller. The 4041 System 
Controller is a compact, modular controller de- 
signed for rackmount, bench-top, or portable use. 
Its operating system language is an extended 
BASIC designed for use by both the casual and 
the sophisticated programmer 

The 4041 controller contains three microproces- 
sors, with the CPU being the powerful 16-bit 6800 
Standard memory is 32 kilobytes with optional 32- 
kilobyte increments to a maximum of 160 
kilobytes A 20-character alphanumeric LED dis- 
play, a 20-character thermal printer, a DC- 100 
cassette drive, 18 function keys, an IEEE-488 port, 
an RS-232 port, and a real-time clock and calen- 
dar capability are all standard An additional IEEE- 
488/RS-232 port pair is optional, with the second 
IEEE-488 port having Direct Memory Access ca- 
pability With 14 GPIB instruments per IEEE-488 
port, the 4041 System Controller offers the capa- 
bility of controlling up to 28 GPIB instruments. 

Also optional are an 8-bit parallel TTL port, pro- 
gram development ROMs with a carrier, and a 
detachable program development/debug 
keyboard 



The program development ROMs and keyboard, 
or an RS-232 terminal, give the engineer or pro- 
duction test programmer access to the system 
language This language is an extended version 
of BASIC designed for use by all skill levels Its 
English-like commands, simple syntax, and line- 
by-line interpreter implementation combine for a 
friendly and interactive system. A variety of other 
features are also included to increase friendli- 
ness. For example, variable names may be up to 
eight characters long, allowing meaningful names 
such as RISETIME, VOLTAGE 1, or DELAY And, 
as another example, subprograms and program 
lines can be named— e g , 1000 SRQPOLL or 
200 RMS VOLTS:— for quick and easy access 

Beyond enhancements for simplicity, 4041 BASIC 
also has enhancements that make it a powerful 
tool for sophisticated programmers, too. It in- 
cludes capabilities for FORTRAN-like 
subprograms, variable passing from main to 
subprograms, declaration of local and global 
variables, and many other features. 

Yet, for all its sophistication, the 4041 is still 
particularly desirable for use by low-skill operators 
in a production environment. Instrument control 
programs can be designed and written to print 
user prompts on the 4041 display and the pro- 
grams can be assigned to any of the ten user- 
definable keys on the 4041 front panel Then the 



4041 program development keyboard and ROM 
pack carrier can be removed from the controller 
This puts the 4041 into an execute only mode 
with its programs protected The low-skilled user 
need only follow the front-panel display prompts 
and press the designated keys to execute 
programs 

To return to the engineering or program develop- 
ment mode, simply plug the program develop- 
ment ROM pack carrier and keyboard or an RS- 
232 terminal back into the 4041 You again have 
access to all of the ease and power of 4041 
BASIC programming. 

The Tektronix 4050>Series Graphic Comput- 
ing Systems. The 4050-Senes systems are espe- 
cially convenient for engineering bench or labora- 
tory support of GPIB compatible instruments The 
typewriter keyboard, built-in calculator keypad, 
and special programmable keys provide easy 
operation. In addition, the IEEE-488 interface port 
provides for control of up to 14 GPIB instruments 
at a time. 
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TEKTRONIX 4050 Series Systems have an exclu- 
sive high-resolution storage display for unexcelled 
graphic clarity and detail There is no distracting 
screen flicker All lines are continuous, never 
detracting from or distorting information 

This built-in graphics capability allows interactive 
graphic manipulation to help visually analyze 
waveform data before it is processed. A user can 
often gam valuable insights or decide to investi- 
gate a new direction once the acquired data is 
graphically displayed 

Supporting the advanced, interactive graphics 
capability is powerful computer performance 
Features such as full array processing, an invalu 
able tool for handling whole waveforms, and 
dynamic memory allocation, both reduce the wor- 
ry about data movement in the system. 

Additionally, a range of peripheral products are 
available with TEKTRONIX 4050 Series Desktop 
Computer Systems to provide analysis records in 
many sizes and formats. Tektronix peripheral 
products include hard copy units, digital plotters, 
graphic input tablets, and disc memory systems. 

With 4050 Series Systems, you can immediately 
start using a high-level extended BASIC. This 
universal technical language is well adapted to 
technical needs of the user and includes exten- 
sions for increased computation power and fur- 
ther ease of use 



Tektronix also supplies general utility software 
programs for various communication routines, 
such as bi-directional transferring of waveform 
data, test results, and instrument settings. And 
acquired data can be quickly graphed on the 
display screen Graphic waveform handling is 
enhanced by built-in features such as auto-scal- 
mg, where unknown quantities of waveform data 
can be scaled into a defined set of graphic 
coordinates by a few key-stroke operations Co- 
ordinates may be defined for Log-Lin, Log-Log, or 
even Smith Chart and Bode plots -whichever is 
relevant to your application. Any of the displays 
can be quickly copied to paper 

Some of the more common signal processing 
tasks can be accomplished using firmware sup- 
plied by Tektronix Plug-in ROM packs for the 
4050 Series controllers provide specialized 
waveform processing commands For example, 
the Signal Processing ROM Packs use versatile 
English-like commands to handle data arrays or 
whole waveforms 

Other ROM pack capabilities include fast Fourier 
and inverse Fourier operations to make harmonic 
analysis of waveform data The fast Fourier can 
transfer whole waveforms from time domains to 
frequency domains in a matter of seconds; they 
are always under the user s direct control. 

Still other ROM packs offer a real-time clock, 
advanced graphic handling features, data con- 
version packages, and other computational tools 




TEKTRONIX 4054 Desktop Computer 



TEK SPS BASIC Software with DEC PDP-1 1 
Minicomputers. When equipped with Tektronix 
supplied IEEE-488 interfaces, all PDP-11 series 
minicomputers can be operated with TEK SPS 
BASIC software to provide the most powerful of 
big-system instrument control and signal process- 
ing. A wide variety of peripherals can be handled, 
including plotters, line printers, graphic terminals, 
magnetic tapes, and single or multiple disk stor- 
age systems Additionally with the proper options, 
up to four IEEE-488 interface ports can be sup- 
ported This means control of and data collection 
from up to 56 GPIB instruments. 




TEKTRONIX WP3202 Signal Processing System using TEK 
SPS BASIC and a DEC POP- 1 1 Minicomputer 

Two versions of TEK SPS BASIC are available, the 
standard version and the extended memory ver- 
sion The extended memory version permits pro- 
cessing of very large arrays in computers having 
up to 128 k of memory with memory 
management 

Other than memory differences, both versions of 
TEK SPS BASIC software have the same major 
features These include a modular architecture 
consisting of a resident monitor and an expand- 
able library of over 100 nonresident commands 
This unique design lets you configure a software 
system to meet your specific needs yet leaves 
the system open for adding new commands and 
processing modules 
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Measurement data can be stored and accessed 
in a variety of ways. Information can be read or 
written in either ASCII or binary. Named files can 
be accessed on hard or flexible disks, magnetic 
tape, cassettes, or paper tape Information can 
be read from files either sequentially or randomly 
TEK SPS BASIC commands give you complete 
file management capability. 

Comprehensive graphics permit waveform plots 
and X-Y plots between waveforms. Either can be 
done with single commands. The output is com- 
plete with scaled and labeled axes and can be 
hard-copied to paper 

There's also data logging capabilities for auto- 
mated waveform capture. And the software’s 
better than 7-digit precision means much higher 
resolution than possible in conventional oscillo- 
scope measurements Plus, there are special 
data structures to retain both numeric and literal 
information (scale factors and units) associated 
with a given waveform. This waveform data struc- 
ture, as well as numeric arrays or portions of 
numeric arrays, can be operated on arithmetically 
as easily as can simple numeric variables 

Beyond extending the standard mathematical 
operations and functions to include waveform 
processing, TEK SPS BASIC also provides special 
waveform processing functions. Waveforms can 
be integrated, differentiated, convolved, correlat- 
ed, and fast Fourier transformed-all with single 
commands. Polar conversions can also be per- 
formed with a single command to present results 
in either complex form or as magnitude and 
phase 

With its large array size capabilities (limited only 
by memory in most cases), advanced signal 
processing, and program and instrument tasking 
capabilities (including error control for indepen- 
dent operation), TEK SPS BASIC offers all of the 
flexibility and power necessary to control any- 
thing from the simplest to the most sophisticated 
test and measurement system. 



Guide for Selecting GPIB Instruments 

When selecting GPIB instruments for a specific 
application, be sure to check several key specifi- 
cations for suitablity in the configuration. 

First, make sure that the instrument can make the 
desired measurements. Next, determine that the 
interface functions are compatible with the pro- 
posed usage and with other instruments in the 
GPIB configuration The following items should be 
used as a checklist with your Sales Engineer 
when considering instruments to be used in GPIB 
configurations: 

1 Is the instrument intended for interactive 
measurement analysis or automated mea- 
surement; i.e., are all necessary instrument 
functions remotely programmable, or will an 
operator be available to adjust settings? 

2. Does the instrument’s GPIB interface have 
the necessary set of functions implemented 
at the desired level (e g , AH1 is needed for 
any useful interaction)? SHI is required for 
instruments supplying measurements to the 
controller. 

3. Are diagnostics available to check out the 
instrument from the front panel or over the 
GPIB interface? 

4 Does the instrument use standard codes and 
formats conventions for terminators, numeric 
formats, etc ? 

5 Can the instrument’s front panel setting be 
read from the controller and saved for later 
automated set up? 

6 Can the front panel be "locked out" via the 
GPIB? 



HANDSHAKE is a newsletter forum for users of 
Tektronix programmable instruments and sys- 
tems Published quarterly, HANDSHAKE has arti- 
cles of interest concerning applications of stimu- 
lus, measurement, and analysis techniques. 

SPS PROGRAMMING UPDATE is published peri- 
odically and sent to users of TEKTRONIX Signal 
Processing Systems It contains information to 
help maintain software and firmware system com- 
ponents. It also contains useful programming 
hints and software and firmware product 
information 

Tektronix offers complete training in the operation 
and maintenance of signal acquisition systems 
and other Tek GPIB products. Classes are also 
available on Tek SPS Basic software. 
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WAVEFORM ACQUISITION PRODUCTS 


Page 


468 

Option 02 


Digital 

storage 

Oscilloscope 


A new portable 10 MHz oscilloscope with 
the accuracy and convenience of digital Storage 
Designed for interactive applications 


243 


492P 


Programmable 

Spectrum 

Analyzer 


50 kHz to 220 GHz. full programmability. GPIB inter- 
face capability, waveform transfer, internal process- 
ing Designed for interactive and automated 
applications 


122 


496P 


Programmable 

Spectrum 

Analyzer 


1 kHz to 1 8 GHz. full programmability. GPIB interface 
capability, waveform transfer, internal processing 
Designed for interactive and automated applications 


120 


•7912AD 


Programmable 

Digitizer 


Digitizes waveforms as high as 1 GHz to as low as 
10 kHz, and stores data indefinitely in 4096 word 
memory Designed for interactive and automated 
applications 


181 


*76120 


Programmable 

Digitizer 


2-channel. 8 bit, 200 MHz sample rate with select- 
able record length and variable sample rates within 
records Designed for interactive and automated 
applications 


179 


5223 

Option 10 


Digitizing 
10 MHz 
Oscilloscope 


Capture and store single-shot data up to 100 kHz, 
unattended Expand or reposition stored data 
Simultaneously display stored and real-time signals 
Designed for interactive applications 


208 


*7854 


Digital Storage 
and Waveform 
Processing 
Oscilloscope 


400 MHz Plug-In Oscilloscope with optional memory, 
programmable measurement routines, high perform- 
ance Designed for interactive applications 


177 


LOGIC ANALYZERS 


DAS 9109 
Option 02 
and 
DAS 9119 


Logic Analyzer 


A General Purpose, configurable and user 
upgradable logic analysis system allowing 
sampling speeds to 660 MHz. acquisition data 
widths to 104 channels. 25 MHz pattern 
stimulation, up to 80 separate points, local tape 
storage, or full remote programmability. 


47 


GENERAL PURPOSE INSTRUMENTS 


DC 5009 


Programmable 
Universal 
Counter /Timer 


Frequency and period measurements to 
135 MHz using the powerful reciprocal 
counting technique 


258 


DC 5010 


Programmable 

Universal 

Counter/Timer 


Reciprocal frequency, period, ratio, and events B 
during A measurements to 350 MHz 


260 


PS 5010 


Programmable 
Triple Power 
Supply 


Three defined modes, voltage regulated, 
current limited and unregulated for each of 
its three supplies (0 to minus 32 V. 0 to plus 32 V, 
and plus 4 5 to 5 5 V) 


265 


FG 5010 


Programmable 

Function 

Generator 


Phase-lock mode automatically scans 
and locks to any supplied input signal 
between 20 Hz and 20 MHz 


274 


CG 551 AP 


Programmable 

Calibration 

Generator 


Computerized System for Calibration 

and verification of mapr oscilloscope parameters 


280 


Ml 5010 


Multifunction 

Interface 


Has its own intelligence which may be programmed to 
perform a task or conduct a sequence of events. 


290 


SI 5010 


RF Scanner 


Two-wide TM 5000 plug-in capable of scanning and switch- 
ing 16 different signal channels, or a combination of signal 
channels under program control. 


291 


SYSTEM CONTROLLERS 


4041 


System 

Controller 


Optimized as an instrument controller 

Configurable for production lines or research labs, and for 

the occasional programmer or sophisticated programming team 

Easy-to-use BASIC language with extensions Up to 160k byte memory 


292 


4051 


Desktop Computer 
System 


Powerful, easy-to-use desktop computing with 
graphics and extended BASIC 


80 


*4052 


Desktop Computer 
System 


High performance, personnally manageable desktop 
computing with graphics and extended BASIC 


80 


4054 


Desktop Computer 
System 


19 inch screen desktop computing system with 
enhanced graphics and powerful BASIC. 


79 


PERIPHERALS FOR IEEE-488 SYSTEMS 


4662 


Interactive Digital 
Plotter 


Compatible in all RS-232C ASCII and GPIB 
environments; and with PLOT 10 and PLOT 50 
Graphic Software 


86 


4663 


Digital Plotter 
Interactive 


C size 420 mm x 594 mm (17 in x 22 Hi) 


87 


4924 


File Manager 


Low cost mass storage, compatible with 4050 Series 
Desktop Computer Systems and the 4041 System Controller 


92 



‘See pages 143-147 for Tektronix configured systems using these products 
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POWER SOURCE CONSIDERATIONS 

In general, instruments are factory wired for the 
nominal voltage of the country of manufacture. 
Most Tektronix instruments provide wide-range 
regulated supplies, or quick change line-voltage 
selectors for convenient selection of line-voltage 
operating ranges. Transformer taps in other in- 
struments can be changed to accommodate 
specific line-voltage operating ranges or can be 
factory wired for a specific range if specified on 
the purchase order 

Many Tektronix instruments are designed to oper- 
ate from a power source that will not apply more 
than 250 Volts RMS between the supply conduc- 
tors or between either supply conductor and 
ground 



Many Tektronix instruments can be fitted with one 
of the power cord/plug options listed below and 
wired for the voltage as indicated, if specified on 
the purchase order 



North American 


120 V/15A 


Standard 


Universal Euro 


220 V/16A 


Option A1 


United Kingdom 


240 V/13A 


Option A2 


Australian 


240 V/10A 


Option A3 


North American 


240 V/15A 


Option A4 


Switzerland 


220 V/10A 


Option A5 


During the life of 


this catalog the power cord/plug 



options will be made available on additional in- 
struments. Refer to the individual product order- 
ing information for those products offering these 
options as of publication date 




Standard 
North American 
120 V/15A 




Option A 1 
Universal Euro 
220 V/16A 



Option A2 
UK 

240 V/13A 



Option A3 
Australian 
240 V/10A 



Except for some double-insulated instruments, 
most Tektronix instruments are equipped with 
either a three-conductor attached power cord or 
a three-terminal power-cord receptacle The third 
wire or terminal is connected directly to the 
instrument chassis to protect operating 
personnel 



Power-cord coding follows one of the two follow- 
ing schemes: 

Scheme 1 Scheme 2 

Line Black Brown 

Neutral White Light blue 

Ground Green-yellow Green-yellow 

(safety earth) 





Option A4 
North American 
240 V 1 5A 



Option A5 
Switzerland 
220 V/10A 



ENVIRONMENTAL CHARACTERISTICS 

The environmental characteristics listed in instru- 
ment specifications may include some or all of 
the following: temperature, altitude, humidity, vi- 
bration, shock, and electromagnetic compatibility 
(emc previously rfi or emi). 

The specifications for humidity, vibration, shock, 
and transportation are intended to be beyond 
what can be expected in use, and operation at 
these extremes may cause minor physical dete- 



rioration Such operation, however, should not 
cause electrical performance to deteriorate out- 
side specifications 

The specifications for temperature and altitude 
are such that continual use at the limits will not 
cause significant short-term deterioration Natu- 
rally, higher temperature operation can be ex- 
pected to reduce long term reliability and should 
be avoided if possible The emc test is complete- 
ly nondestructive 



Sample production instruments are tested peri- 
odically as part of a continual quality-control 
process Complete tests on every production 
instrument are undesirable as well as 
uneconomical 

For more specific information on the environmen- 
tal characteristics and how they apply to given 
instruments, please refer to the page covering 
that instrument 
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DESIGN 

AUTOMATION 

DIVISION 

One of the fastest growing enterprises at Tektronix 
is the Design Automation Division. It operates at the 
forefront of digital technology, offering a full line of 
tools to support the design of microprocessor-based 
systems. Jim Fischer, division sales manager, repre- 
sents the division's commitment to anticipate the long- 
range customer needs and changes in technology. In 
customer support and product development, the 
Design Automation Division is committed to providing 
flexible solutions for a future of change. 
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MICROCOMPUTER 

DEVELOPMENT 

PRODUCTS 



CONTENTS 

Microcomputer Development Labs 



8540 13 

8560 14 

8550 16 

Emulator Processor and 
Prototype Control Probe 
Support Packages 18 

Trigger Trace Analyzer 21 

High Level Language 22 

System Peripherals and Workshops 23 

Matrix and Ordering Information 24 



MDL Now Supports 



8088 


8022 


3870 


8086 


8041 A 


3872 


8085A 


68000 


3874 


8080A 


6800 


3876 


8048 


6801 


Z-80A 


8049 


6802 


Z8001 


8035 


6803 


Z8002 


8039 


6808 


TMS9900 


8021-6 


F8 


SBP9900 

1802 



... with more to come 

Tektronix Microcomputer Development Pro- 
ducts offer the broadest range of quality 
multiple micro-processor support available 
today Tektronix won’t lock you into one 
microprocessor family or vendor Plus, every 
Tektronix MDL is backed with over 30 years 
of design experience We test our Develop- 
ment Labs thoroughly to ensure perfor- 
mance and reliability. Each one provides 
complete development capability and the 
Tektronix committment that guarantees 
you’ll keep abreast of the fast paced micro- 
processor technology 

Call your local specialist today to find out 
more about the Tektronix 8550 MDL Sys- 
tems 
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H3 

8540 



Multiple Microprocessor Support 
Real-Time Emulation 



Trigger Trace Analysis 
8560 Compatible 



The TEKTRONIX 8540 Integration Unit provides 
complete coverage of the hardware software in- 
tegration process during microcomputer design 
By using interchangeable emulator modules, the 
8540 allows maximum flexibility in chip support, 
with more support constantly being added as 
new chips gain acceptance in the microcomputer 
industry Current support includes Z-80A, 8085A, 
Z8001 Z8002. 6809. 8035 8039. 8041 A. 8048. 
8049. 8086. 8088, 68000. 6800. 6802. 8080 The 
8540 is designed for use with the TEKTRONIX 
8560 Multi user Software Development Unit or a 
general host computing system In 8560 configu- 
rations the 8540 connects to the system via a 
built in high speed interface (HSI) For general 
host environments, the Option 01 Communica- 
tions Interface is available It will readily interface 
the 8540 to host computer through a standard 
RS 232C ASCII communications port 



All major interface parameters are software 
selectable through the 8540 s operating system, 
and a complete communications package is in- 
cluded to cover individual situations 

Once the prototype microcomputer software has 
been refined into executable object code by the 
host computer, or 8560, it is ready for transfer to 
the 8540 to begin debugging At the same time, a 
symbol table may be transferred so program 
tables can be used instead of address data to 
reference key locations in prototype memory The 
8540 can provide up to 128k bytes (64k words) of 
program memory that can be used in place of 
prototype memory, and with the optional Memory 
Allocation Controller, it can be distributed 
throughout the prototypes address space, up to 
64 megabytes— a valuable asset when working 
with large programs 

Three Modes of Real-time Emulation. To 

achieve hardware software integration, the 8540 
employs a technique called real-time emulation, 
which uses an emulator processor identical in 
function to the one targeted for the prototype 
Under control of the 8540's debug firmware, the 
emulator processor can execute prototype code 
at the full specified operating speed of the target 
processor, with no wait states added or clock 
pulses stretched 

Emulation takes place in three progressive modes 
that allow gradual introduction of hardware and 
software During the first mode, the emulator 
processor uses the 8540 exclusively as the 
source of program memory. I/O and clock, allow- 
ing debugging to begin even before the proto- 
type hardware is available During the second 
mode, the emulator processor is connected via 
probe to the vacant processor socket on the 



prototype which now handles all clock and I/O 
functions Code can now be mapped over to the 
prototype in manageable blocks from the 8540 s 
program memory During the third and final mode, 
all code resides in the prototype, as well as the 
clock and I/O functions Only the emulator control 
probe remains in place to provide debugging 
control during program execution 



During all three modes of real time emulation, 
prototype code execution takes place under the 
control of the 8540 s powerful debug software 
For easy reference, key breakpoints may be 
entered using mnenomic labels instead of 
numeric addresses At each breakpoint, the sta 
tus of all the processor s key registers is dis 
played It is also possible to display the proces 
sor s register status and associated code 
execution on a cycle-by-cycle basis All registers 
and memory locations can be modified to ob 
serve the consequent effect on program flow 

Trigger Trace Analyzer. Many debugging situ 
ations demand detailed observation of real time 
code execution on the prototype bus, and its 
effect on other key points in the hardware A 
modular option to the 8540 is the Trigger Trace 
Analyzer, which allows real-time data acquisition 
from both 8 bit and 16 bit prototype systems Its 
trace memory can capture up to 255 bus transac 
tions of plus logic states from eight hardware 
points selected by the user Included are four 
separate trigger channels, each with a word 
recognizer that monitors up to 16 data bits, 24 
address bits. 14 processor-dependent control 
bits and 8 external probe bits Each trigger 
channel also has a 16-bit counter for timing and 
counting These four channels may be used 
either independently or interactively to construct 
powerful data acquisition triggers Either single or 
multiple breakpoints can be set. with the option 
to halt or continue program execution after they 
occur 




PROM Programmer. Many designs require that 
the prototype code be burned into a PROM, 
which is then installed aboard the prototype and 
used as a program memory source during 
debugging The 8540 includes an optional PROM 
Programmer, which allows code resident in the 
8540 s program memory to be burned into a 
PROM Individual card modules are supplied that 
adapt the PROM Programmer to any PROM 
family the designer may be working with 

8540/Host Communications Package (Option 
01). This package provides all the features nec 
essary to interface the 8540 with nearly any host 
computer that supports RS-232, ASCII terminal 
communications The 8540 has built-in software 
that allows the user to modify major commumca 
tion parameters, such as parity, echo, turn-around 
delay Data rates from 1 10 to 9600 baud can also 
be selected The package also makes allowance 
for data set as well as "in line" interface configura 
tions between the 8540 and a host computer 
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8560 



Multi-Chip Design Support For Up to 8 Users 
TNIX Operating System 



The TEKTRONIX 8560 MDL is a multi-user devel- 
opment system that when used in conjunction 
with an 8540 Integration Unit covers the entire 
microcomputer design process, from software 
development through hardware/software integra- 
tion At the same time, it allows maximum design 
flexibility by supporting a broad range of chips at 
both the 8-bit and 16-bit levels The 8560 s multi- 
user capability offers numerous advantages, 
such as lower cost per user, shared software and 
hardware resources, unified project management 
and enhanced security 



System Architecture. At the heart of the 8560 
system is a powerful 16-bit CPU, backed by an 
I/O processor for every four users and 64k words 
of RAM (expandable to 128k words) This CPU 
uses a time-shared operating system to supervise 
up to eight work stations plus mass storage and 
printing Workstation terminals can be any stan- 
dard RS-232 terminal, such as the TEKTRONIX 
CT8500 Hardware/software integration stations 
use the TEKTRONIX 8540 Integration Unit, which 
allows for several different terminal configura- 
tions In this manner, a terminal used for software 
development can also double as a control termi- 
nal for hardware/software integration 

For mass storage, the 8560 uses an 8 inch 35 6 
megabyte Winchester hard disc unit, and a 1 
megabyte flexible disc unit Storage capacity can 
be expanded by adding additional 35 6 megabyte 
hard disc units. The 8560 also will support two 
spooling line printers 



UNIX Based Operating System. The 8560 uses 
a powerful operating system called TNIX, which is 
derived from the UNIX operating system, created 
by Bell Laboratories and widely used throughout 
the computer world TNIX uses timesharing to 
apportion system resources among up to eight 
workstations plus system utilities Also used is a 
hierarchical filing system that allows both files 
and directories to be logically grouped and easily 
accessed Each file carries a date/time attribute 
to quickly verify which version the user is 
accessing 
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Users may also access each other s files if no 
restriction has been placed on them, thus allow- 
ing files to be easily grouped according to current 
project needs Each file can be assigned read, 
write or execute protection that can be applied to 
the owner, the owner's project group or system 
users at large Besides providing security, this 
protection feature allows "work copies" of files to 
stay private until they are completed and ready 
for release to the project For additional security. 
TNIX employs a user password system 

TNIX includes several powerful methods of 
manipulating system commands One is 
pipelining, which allows the output of one pro- 
gram to provide the input for another In this 
manner, the user may create strings of com- 
mands that quickly accomplish complex tasks 
without user intervention Command files can also 
be created that allow commands to be controlled 
through structures such as case statements and 
conditional branching It is also possible to substi- 
tute parameters within command statements 
when creating command files 

Several features are included which optimize the 
user s time One is multi-tasking, which allows one 
user task, such as a compilation, to run in the 
background, while another, such as editing a 
source file, is being entered at the terminal TNIX 
includes a special utility program that automates 
much of the work necessary to combine separate 
code modules into a single program Another 
utility is provided that allows system users to 
communicate directly with each other, or through 
"electronic mail", which is a valuable aid when 
workstations are at separate physical locations 



Software Development Tools. As a series of 
optional packages, Tektronix will offer Assem- 
blers and Pascal compilers for many of the major 
chips in current use among microcomputer de 
signers All Assemblers include macro capability 
for the creation of high level-type constructs 
Assembled code is relocatable so that object 
modules can be moved throughout the available 
memory space And to support the large address 
space capability of many 16 bit processors, a 32 
bit address range is provided, which gives over 
four billion bytes of addressable memory 
Through a conditional assembly feature, one 
source file can be instructed to generate multiple 
versions in the form of different object modules 
Also, external source files can be pulled into the 
program during assembly Strings can be mampu 
lated to accomplish tasks such as basing a 
conditional assembly on a string comparison 

The 8560 s Pascal compilers are all compatible 
with the ISO standard for increased portability All 
have a common set of features to enhance the 
power of Pascal in microcomputer applications 
Bit manipulation is included to allow access to 
prototype hardware logic Variables can be as- 
signed to specific memory addresses, allowing 
memory mapped \'0 Re-entrant code can be 
used in applications requiring interrupt handling 
Literals, constants and instructions can be sepa- 
rated from variables so they can be installed in 
ROM During compilation, external source files 
can be pulled into the program Also individual 
modules can be compiled separately for simpli- 
fied debugging 

Other software tools include both language-di- 
rected and CRT-oriented editors, and a text 
processing package for improved 
documentation 



Hardware/Software Integration. To handle 
hardware software integration tasks, the 8560 
uses the TEKTRONIX 8540 Integration unit as a 
peripheral work station Once code targeted for 
the prototype has been assembled or compiled 
into executable object modules, it can be 
downloaded to the 8540 s program memory via 
high speed interface The code can now be 
gradually introduced to the hardware using real 
time emulation, a powerful debugging method 
that employs a processor identical in function to 
the one targeted for the prototype 

Real time emulation takes place in three progres 
sive modes, all under the control of the 8540 s 
debug software During the first mode, all code is 
executed out of the 8540 s program memory, with 
I/O simulated by software insertions and clock 
signal supplied by the 8540 In this manner, 
prototype software debugging can begin even 
before the hardware becomes available During 
the second mode, I/O and clock functions are 
transferred to the prototype, and code can be 
mapped over to the prototype memory in man- 
ageable blocks A control probe connects the 
emulator processor to the vacant processor sock- 
et on the prototype board During the final mode, 
all code is installed in the prototype memory, as 
well as clock and I/O functions Through the 
control probe, the 8540 can now exercise proto- 
type hardware in the same manner that it will 
function when standing alone 

During all three modes of emulation, the 8540's 
powerful debug software can be applied 
Breakpoints can be set using mnemonic symbols 
for key program locations The status of proces- 
sor registers can be examined on a cycle-by- 
cycle basis All registers and memory locations 
can be examined and modified And for detailed 
analysis of real time execution on the prototype 
bus and selected hardware points, an optional 
Trigger Trace Analyzer is available with four pow- 
erful trigger channels that allow highly selective 
data acquisition 
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8550 



Multiple Microprocessor Support 
In-Circuit Emulation 



Real-Time Prototype Analysis 



The TEKTRONIX 8550 Microcomputer Develop 
ment Lab is a versatile software development 
and hardware/software integration system for 
microcomputer-based product design The sys- 
tem supports many 8 and 16-bit 
microprocessors, allowing the user to configure 
the 8550 for a wide variety of design types 

The 8550 Development Lab offers resources for 
editing facilities to support both assembly-level 
and high-level languages, as well as linking capa- 
bilities The optional Advanced CRT-Oriented Edi- 
tor speeds the task of program entry and editing 
With the appropriate assembler and emulator 
options for the target microprocessor, the user 
can execute software in the 8550 for full program 
debugging 

The Lab also offers complete in-circuit emulation 
and hardware testing capabilities With the appro- 
priate prototype control probe for the target 
microprocessor, the user can transfer control 
from the 8550 to the prototype block by block, 
deduggmg at every stage The Trigger Trace 
Analyzer option provides an invaluable tool for 
verifying and correcting execution of the program 
in real time 

The basic 8550 system consists of two major 
components, the 8301 Microprocessor Develop- 
ment Unit and 8501 Data Management Unit The 
Microprocessor Development Unit houses the 
operating system software, DOS/50; 32k bytes of 
program memory, language processor; emulator 
controller; and hardware options such as 
emulator processors and prototype control 
probes for selected microprocessors, Optional 
32k, 64k, or 128k static RAM modules, the Trigger 
Trace Analyzer, Real Time Prototype Analyzer, 
and the PROM programmer Optional system 
software includes assemblers for all supported 
microprocessors, Pascal and MDL/ji compilers for 
several supported microprocessors, and the Ad- 
vanced CRT-Oriented Editor 

The Data Management Unit handles files and 
auxiliary I/O for DOS/50 and manages the move- 
ment of user files between its dual-sided, double- 
density flexible discs and the Microprocessor 
Development Unit Disc memory capacity is 2 
megabytes 

Multiple Microprocessor Support 

A key feature of the 8550 is its ability to support 
many microprocessor chips, including the 8086, 
8088, 8085 A, 8080A, 8048, 8049, 8035, 8039, 
8039-6, 8021, 8041 A, 8022, 68000, 6800, 6802, 
6805 6808, 6809, F8 3870 3872, 3874, 3876, 
Z8001 . Z8002, Z-80A. TMS9900, SBP9900, 1802 
and 6500/1 

Program Development 

Under the supervision of the operating system 
software, the Microcomputer Development Lab 
aids the designer in all phases of program devel- 
opment and debugging 



DOS 50 supervises the following tasks 

• General input and output 

• File creation and maintenance 

• Program assembly and compilation 

• Program execution, monitoring, and symbolic 
debugging 

Program entry and editing is accomplished via 
the standard line-oriented editor or the optional 
Advanced CRT-Oriented Editor, which allows 
both line-and screen-oriented editing Complete 
symbolic debugging with versatile output formats 
speeds the software debugging process 

Data management is simplified through a tree like 
structure format, which allows the user to specify 
one main system directory, one root directory for 
each disc, and any number of sub directories 
under the root directory Data files may be cre- 
ated and entered directly into the root directory 
As files are accumulated, the user may organize 
them into specific groups, each under its own 
specific directory This allows the user to create 
directories within directories to any level of nest- 
ing needed 

The assembler processor, with the appropriate 
disc inserted in the flexible disc drive, performs 
program assembly functions for each micro- 
processor supported by the 8550 

The powerful macro capability allows the design- 
er to access frequently used sets of code by 
referencing the macro by name The linker, work 
mg with the relocating features of the Assembler, 
links and locates multiple code segments into a 
complete executable program Additionally, the 
conditional assembler capability of the 8550 al- 
lows the designer to customize the final program 
by testing conditions to determine which of cer- 
tain code segments are to be assembled into the 
final program Code management is further en- 
hanced by the Assembler's versatile string han- 
dling capability Extensive English language 
diagnostics of the 8550 provide easy to under- 
stand error messages and locate the line in which 



the error has occurred When assembly is com- 
pleted. the assembled object code is stored on 
disc in a newly created binary format file 

Three Emulation Modes 

After an error-free assembly listing has been 
obtained, the resulting object code may be ex- 
ecuted in system emulation mode 0 on the 
optional emulator processor The emulator pro- 
cessor is identical to the microprocessor that will 
finally be installed in the user's prototype Execu- 
tion is performed under control of the debug 
system, during execution, program steps can be 
traced software breakpoints can be set, and 
memory can be examined and changed as re- 
quired Should an error be discovered, that por 
tion of the program can be corrected at the 
source level using the text editor It can then be 
reassembled and executed again This procedure 
continues until the program is correct 

After the software has been debugged, it may be 
exercised on the prototype circuitry in the partial 
emulation mode (mode 1) During partial emula- 
tion, control may be released from the 8550 to the 
prototype in stages The developmental software 
runs using 8550 memory space and prototype I/O 
and clock The 8550 memory mapping feature 
allows memory to be gradually mapped over to 
the prototype in blocks Throughout partial emula- 
tion the user has access to prototype circuitry 
through the debugging system, which enables 
him as before, to trace, set break points, exam- 
ine and change memory and register contents 

In full emulation (mode 2) the program is run on 
the prototype, but program execution is still under 
the complete control of the debug system All I/O 
and timing functions are directed by the proto- 
type, all memory has been mapped over to the 
prototype, and only the prototype control probe is 
still in place, emulating the target microprocessor 
Although the prototype is effectively free-stand- 
ing, then, the user may still direct program activity 
from the 8550 
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MICROCOMPUTER 
DEVELOPMENT LAB 



8550 

Parts 

and 

Functions 



J101 

Host I i— ^ 

Interface 

J102 



System 

Terminal 

J104 



8301 

Microprocessor 

Development 

Unit 


PROM 

Programmer 


Program 

Memory 


Real-Time 

Prototype 

Analyzer 


Emulator 

Processor 





User 

Prototype 






Prototype 

Memory 







8550 CHARACTERISTICS 

8301 MICROPROCESSOR DEVELOPMENT UNIT 



Dimension 


mm 


in 


Height 


280 


11 


Width 


430 


17 


Length 


585 


23 


Weight 


kg 


lb 


Net 


27 


60 



ENVIRONMENTAL 

Operating 

Temperature 32° F to 122°F (0°C to 50°C) 

Humidity 90% @ 86°F to 140°F (30°C to 60°C) 

Altitude 

Operating 4.500 m (0 to 15,000 ft) 

Storage 1 5.000 m (0 to 50.000 ft) 

POWER REQUIREMENTS 

1 15 V ac (90 V ac-132 V ac) @ 48 to 66 Hz 
230 V ac (180 V ac-250 V) @ 48 to 66 Hz. 

Outputs 

5.2 Vdc + 1%/ - 2% @ 35.0 A 
+ 12 V dc + 0/ - 5% @ 1.7 A 
12 V dc + 0/ - 5% @ 1.7A 



8501 DATA MANAGEMENT UNIT 



Dimension 


mm 


in 


Height 


267 


10.5 


Width 


424 


16.8 


Length 


597 


235 


Weight 


kg 


lb 


Net 


25 


55 



ENVIRONMENTAL 



Operating 

Temperature 50°F to 104°F (10°C to 40°C) 



Humidity 

Altitude 

Operating 



Storage 



20% to 80% relative noncondensing 

0 to 2500 m (8.000 ft) Derate max 
operating temp by 1°C for 
each 300 m above 2400 m 
Oto 15.000 m (50.000 ft) 



POWER REQUIREMENTS 



115 V ac (90-127 V RMS) @ 50 Hz ±1% or 60 Hz ±1%. 
230 V ac (180-250 V RMS) @ 50 Hz ± 1% or 60 Hz ± 1%. 



Outputs 

24 V dc ± 5% @ 2 A 
12 V dc ±3% @ 4 A 
12 V dc ±5% @ 540 mA 
5 V dc ± 5% @ 20 A 
15 V dc ± 10% @ 20 mA 



Output Ripple 

24 Vdc 100 mV (p-p) 

±12 Vdc 120 mV (p-p) 

15 Vdc 50 mV (p-p) 

15 Vdc 100 mV (p-p) 

Overload Protection 
Automatic current limit foldback. 

FLEX DISC CHARACTERISTICS 
Encoding — IBM compatible single or double density. Format 
must qualify as follows: MFM sectors— 256 bytes. FM sec- 
tors— 128 bytes 

Diskette Type — Single or double sided, soft sectored. 

Capacity — 

Double sided, double density 1.021.696 bytes 
Single sided, double density 509.184 bytes 
Single sided, single density 256.256 bytes. 
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TCI/' EMULATOR PROCESSOR AND 
I £Zr\ PROTOTYPE CONTROL PROBE SUPPORT PACKAGES 




The 8550 and 8640 Microcomputer Development 
Labs support a wide variety of different 
microprocessors and microcomputers 

Emulators to support the 8550 are currently avail- 
able for the Intel 8088, 8086, 8085A, 8080 A, 8048, 
8049, 8039, 8039-6, 8035 and 8021, Motorola 
68000, 6800, 6802, and 6809, Texas Instruments 
TMS9900, Zilog Z-80A, Z8001 and Z8002, 
Fairchild F8, RCA 1802, the Mostek 3870 and 
3872, and Rockwell 6500/1 Emulators to support 
the 8540 are currently available for the Intel 8086, 
8088, 8080 A, 8085A, 8048, 8049, 8039, 8039-6, 
8035, and 8021, Motorola 68000, 6800, 6802, and 
6809, and Zilog Z8001A, Z8002A and Z-80A. 

Emulator packages for the 8550 and 8540 may 
be ordered as system options. These options 
provide the capabilities necessary to fully emulate 
the target microprocessor in a user’s prototype 
system 

The emulator processor, which resides on a plug- 
in circuit module along with controlling logic cir- 
cuitry, enables the user to execute and debug the 
program on a microprocessor identical to the one 
which will be used in the prototype, while giving 
him access to the full 64k bytes of Micro- 
processor Lab program memory 

The prototype control probe, which links the 
emulator processor to the prototype system, al- 
lows partial and full in-circuit emulation. 

All emulation operations are controlled by the 
powerful Microprocessor Lab system software. 
The user is able to monitor program execution, 
set software breakpoints, examine and change 
memory and register contents. Debug trace infor- 
mation is displayed in a format unique to the 
microprocessor, with instruction fetches disas- 
sembled into mnemonics for easy interpretation 



8049, 8035, 8039, 8039-6, 8022, 8041 A, 
8048/8021 EMULATOR SUPPORT 
PACKAGE CHARACTERISTICS 

8048. 8049, 8039, 8039-6, 8035, 8022, 8041A and 8021 are 
trademarks of Intel Corporation, Tektronix. Inc., does not guar- 
antee that other vendors versions of these microcomputers will 
be compatible with Tektronix Microprocessor Labs. 

PHYSICAL CHARACTERISTICS 

Length — 1 .8 m (6 ft) — of cable from the emulator processor 
to the interface assembly. 45 8 cm (1.5 ft) — of cable from the 
interface assembly to the 40-pin plug (or 28-pin plug for 8021 ) 
Cable Configuration — 1 .8 m (6 ft)— two 40 conductor ribbon 
cables with alternating ground and signal paths 
45 8 cm (1.5 ft) — two laminated 40 conductor cables made up 
of signal-ground pairs. 

EMULATION INTERFACE (TYPICAL WORST CASE) 
DELAYS FOR THE 8048 (8021 IF DIFFERENT) 







tPLH (ns) 


tPHL (ns) 






Typ.Worst 


Typ.Worst 






Case 


Case 


ALE 




14,20 


14,20 


PSEN 




22,32 


22,32 


RD.WR 




18,26 


15,22 


PROG 




14,20 


14.20 


D80-D87— 


ti— fetch cycle 


.90 


.90 


(P00-P07) 


t 2 -execute 


26,38 


26,38 


User to 
CPU 


cycle 






D80-D87 


tj-Address Out 


26,38 


26,38 


(P00-P07) 


t 4 -Ext Data Out 


26,38 


26,38 


CPU to 


ts-OUTL, ANL, 


14,20 


14,20 


User 


ORL, data out 






P10-P17 

P24-P27 




2.2 


2.2 


P20-P23 








TO" 


out/in 


11,15 


11,15 


T1 






102,82 


INT 




21,32 


21,32 


RST 


8048 (8021) 


(120,212) 


69,122 


SS 




22,32 


22,32 


CLK 




29.47 


31,52 



•INTEL 8099 chip specifications 
••for clock in to 8039 >6 MHz and memory mapped 
to 8550. TO out is divided by 2. 

"tRD* t 1.2 + t user mem access 



SYNC 

PROG 

TI 

P10-P17 

TO 



8041 A PROTOTYPE CONTROL PROBE 



(Typical, worst case) 

Emulation Interface Delays 

tPLH (ns) tPHL (ns) 

ittRWC] ftyp WCJ 



14,20 

14,20 



2,2 

29.45 



14,20 

14,20 

27,39 

2,2 

22,34 



Symbol 


Parameter 


Min 


Max 


Units 


tACC 


DACK to WR or RD 


54 




ns 


tCAC 


RD or WR to DACK 


71 




ns 


tACD 


DACK to data valid 




225 


ns 


tCRQ 


RD or WR to 










DRQ cleared 




200 


ns 


tAW 


CS.AO Setup to WR 


0 




ns 


tWA 


CS.AO Hold 










after WR 


24 




ns 


tww 


WR Pulse Width 


250 




ns 


tDW 


Data Setup to WR 


150 




ns 


tWD 


Data Hold 










after WR 


70 




ns 



8022 PROTOTYPE CONTROL PROBE 
8022 Timing Characteristics With 
Emulation Interface Delays 



tPLH (ns) tPHL (ns) 





typ. Worst Case 


typ. Worst Case 


ALE 


24,34 


32,46 


P00-P07 


54,87 


57,91 


P10-P17 


1.3 pS 


1.3 vS 


P10-P17 


tl-CPU to USER 

} 2.2 

t2-USER to CPU 


2.2 


P20-P23 


for OUTL inst: data 
valid before ALE after 
the next instruction fetch. 
t3-MOVD P2. A 13.18 

t4-MOVD A, P2 | 13,18 
IN A, P2 


17,24 

17,24 


PROG 


13,18 


17,24 


TO 


17,24 


17,24 


TI 


102,182 


102,182 


ANO.AN1 


336,444 


336.444 


XTAL1 


21,33 


29,45 



’Inputs must be present until read by an input instruction (Intel 
Specification) 

8080A EMULATOR SUPPORT PACKAGE 
CHARACTERISTICS 

8080 and 8080A refer to microprocessors manufactured by In- 
tel Corporation Tektronix, Inc., does not guarantee that other 
vendors versions of the 8080 will be compatible with the Tek- 
tronix Microprocesser Labs. 

PHYSICAL CHARACTERISTICS 
Length — 1 8 m (6 ft)— of cable from the emulator processor 
to the interface assembly 

45 8 cm (1 5 ft) — of cable from the interface assembly to the 40 
pin plug 

Cable Configuration — 1 8 m (6 ft) — two 40-conductor ribbon 
cables with alternating ground and signal paths. 

45 8 cm (1.5 ft) — two twisted pair 40 conductor cables 
Termination — 1 8 m (6 ft) — interface assembly contains re- 
sistive termination and receivers for data, address, and control 
from the emulator processor module. 

45 8 cm (1.5 ft)— not terminated 

40 pin plug— 40 pin spring plate protected plug. When used 
with a zero insertion force socket, an included 40 pm low profile 
DIP socket must be used between the zero insertion force 
socket and the 40 pin probe plug 
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EMULATOR PROCESSOR AND 
PROTOTYPE CONTROL PROBE SUPPORT PACKAGES 



TIMING CHARACTERISTICS 

Emulation Interlace Delays* 



To 8080A from 
Interface Assembly 


Typ 


Max (in ns) 


01 


44 


60 


02 


44 


60 


HOLD 


44 


67 


RESET 


44 


67 


RDY** 


35 


40 


INT 


63 


104 


DATA 


44 


53 



From 8080 A to 



rrum uuoum iu 

Interlace Assembly 


Typ 


Max (m ns) 


HOLDA”* 


39 


55 


SYNC 


37 


45 


WAIT 


37 


45 


WR 


37 


45 


DBIN 


37 


45 


INTE 


39 


55 


ADDRESS 


27 


35 


DATA 


50 


63 



‘Assumes 6 ft of cable at 1.5 ns/ft. 

“RDY is ignored unless user memory or I/O is accessed m 
control mode 2 or special mode 
“‘The equation for HOLD A to tnstate timing is as follows 
HOLDA ‘ DBIN = FLOAT Tnstate of data and address fol- 
lows the trailing edges of DBIN or WR by -20 ns. 

8085A EMULATOR SUPPORT 
CHARACTERISTICS 

8085 and 8085A refer to microprocessors manufactured by In- 
tel Corporation Tektronix, Inc. does not guarantee that other 
vendors versions of the 8085 will be compatible with the Tek- 
tronix Microprocessor Labs 

PHYSICAL CHARACTERISTICS 

Length — 1 8 m (6 ft)— of cable from the emulator processor 
to the interface assembly 

30 cm (1 ft) — of cable from the interface assembly to the 40 pm 
plug 

Cable Configuration 

18m — (6 ft) — two 40-conductor ribbon cables with chassis 

ground plane and signal paths 

30 cm (1 ft)— two 40-conductor twisted pair cables 

Termination — 1 8 m (6 ft)— interface assembly contains re- 
ceivers for data, address, and control from the 8085 emulator 
processor module 
30 cm (1 ft)— not terminated 



AC CHARACTERISTICS 



Emulation Clock 




Mode 1 or Mode 2 
(user s clock), with 
8085A Prototype Con- 
trol Probe 


6 25 MHz max. crystal. 
RC timing network or 
TTL input to X 1 . 


Mode 0 (system clock) 


6 25 MHz t0.0l% 



6800/6802 EMULATOR SUPPORT 
PACKAGE CHARACTERISTICS 

6800 and 6802 refer to microprocessors manufactured by Mo- 
torola Corporation Tektronix, Inc does not guarantee that oth- 
er vendors versions of the 6800 or 6802 will be compatible 
with the Tektronix Microprocessor Labs 

PHYSICAL CHARACTERISTICS 
Length — 1 8 m (6 ft) — of cable from the emulator processor 
to the interface assembly 

30 cm (1 ft)— of cable from the interface assembly to the 40 pm 
plug 

Cable Configuration — 1 8 m (6 ft)— two 40-conductor ribbon 
cables with alternating ground and signal paths 
30 cm (1 ft)— two twisted pair 40 conductor cables made up of 
signal/ground pairs 

6800 PROTOTYPE CONTROL PROBE 



Read/ Write Timing (in na) 



Characteristic 


Symbol 


Min 


Typ 


Max 


Peripheral Read 
Access T ime 


dtacc 






506 


Address Setup Time 


dtda 






350 


R/W Setup Time 


DR/WSU 






375 


VMA Setup Time 


devma 






365 


Data Setup Time (Read) 


dtddr 


119 






Data Delay Time (Write) 
(relative to 01 1) 


tddw 






513 


Delay for DBE Rising 
Edqe (relative to 01 1) 


DDBER 






444 


Input Data Hold Time 


DhRD 


29 






Output Data Hold Time 
(after 01 1) 


dtdwh 


40- 


10 




Output Data Hold Time 
(after DBEl) 


dtdwh 


20 






Address Hold Time 


dadh 


65 






VMA Hold Time 


DvMAH 


68 






R/W Hold Time 


Dr/wh 


61 







6802 PROTOTYPE CONTROL PROBE 
Read Write Timing (in na) 



Characteristic 


Symbol 


Mm 


Typ 


Max 


Peripheral Read 
Access Time 


dtacc 






408 


Address Setup Time 


dtda 






367 


VMA Setup Time 


devma 






365 


R/W Setup Time 


DR/WSU 






392 


Data Setup Time (Read) 


dtddr 


127 






Data Delay Time (Write) 


tddw 






527 


Input Data Hold Time 


dhrd 


40- 


10 




Output Data Hold Time 


dtdwh 


39 






Address Hold Time 


dadh 


63 






VMA Hold Time 


dvmah 


66 






R/W Hold Time 


dr/wh 


70 







* ‘Although data should remain valid at least 40 ns after Enable, 
typically 10 ns will be sufficient. 

6809 EMULATOR SUPPORT PACKAGE 
CHARACTERISTICS 

6809. 68A09 and 68B09 refer to microprocessors manufac- 
tured by Motorola. Inc. Tektronix does not guarantee that oth- 
er vendors versions will be compatible with the Tektronix 
Microcomputer Labs 

PHYSICAL CHARACTERISTICS 

Length — 1 8 m (6 ft)— of cable from the Emulator Processor 
to the interface assembly 

30 cm (1 ft)— of cable from the interface assembly to the 40-pm 
plug 



Cable Configuration — 1 8 m (6 ft)— two 40-conductor ribbon 
cables with chassis ground plane and signal paths 
30 cm (1 ft)— two 22 -conductor teflon cables with alternating 
grounds 

Termination — 1 8 m (6 ft)— interface assembly contains re- 
ceivers for data, address, and control from the 68XX emulator 
processor module 

30 cm (1 ft)— probe assembly contains an oscillator circuit to 
drive and buffer the 6809 clock input pins Input lines are not 
terminated All output or bidirectional lines are series terminat- 
ed with 100 If. 

Z-80A EMULATOR SUPPORT PACKAGE 
CHARACTERISTICS 

Z-80 and Z-80A refer to microprocessors manufactured by Zi- 
log Corporation. Tektronix. Inc does not guarantee that other 
vendor s versions of the Z-80 will be compatible with the Tek- 
tronix Microprocessor Labs 

PHYSICAL CHARACTERISTICS 
Length — 1 8 m (6 ft) — of cable from the emulator processor 
to the interface assembly 

30 cm (1 ft)— of cable from the interface assembly to the 40 pin 
plug 



Cable Configuration — 1 8 m (6 ft) — 2 40-conductor ribbon 
cables with chassis ground plane and signal paths 
30 cm (1 ft)— two 40-conductor twisted pair cables 

Termination — 1 8 m (6 ft)— interface assembly contains re- 
ceivers for data, address and control from the Z-80 Emulator 
Processor module 
30 cm (1 ft)— not terminated 

TIMING CHARACTERISTICS 

The Z-80A Emulator Processor was designed to match the ac 
characteristics of the Z-80A and Z-80 Microprocessors 
Z8001/Z8002 Emulator Support 
Package Characteristics 

Z8001 Z8002 Z 8001 A. and Z8002A refer to microprocessors 
manufactured by Zilog Corp and AMD Inc Tektronix does not 
guarantee that other vendors versions will be compatible with 
the Tektronix Microcomputer Labs 

PHYSICAL CHARACTERISTICS 
Length — 1 8 m (6 ft) of cable from the Emulator Processor to 
the interface assembly, 45 cm (1.5) ft of cable from the inter- 
face assembly to the 40- or 48-pin plug 
Cable Configuration — 1 0 m (6 ft) — two transmission line 
cables, each 40 signal lines and 80 signal return lines terminat- 
ed to 40-pin connector 

For Z8001 — 45 cm (1.5 ft)— two transmission line cables, 
each 40 signal lines and 80 signal return lines terminated to 40- 
pm connector 

For Z8002 — 45 cm (15 ft) — two transmission line cables, 
each 25 signal lines and 52 signal return lines terminated to 26- 
pm connector 

Termination — 1 8 m (6 ft)— interface assembly contains re- 
ceivers for data, address, and control from the Z8000 emulator 
processor module 

30 cm (1 ft)— address and data lines terminated with Schottky 
diodes Control lines driven by pod are source terminated In- 
put line to the emulator are received with PNP inputs. Clock. 
Wait. Stop, and Reset inputs are buffered in the probe to main- 
tain signal quality 
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TMS9900 EMULATOR SUPPORT PACKAGE 
CHARACTERISTICS 

TMS9900 refers to microprocessors manufactured by Texas 
Instruments Corporation Tektronix. Inc. does not guarantee 
that other vendors versions of the TMS9900 will be compatible 
with the TEKTRONIX Microprocessor Labs. 

PHYSICAL CHARACTERISTICS 
Length — 1 8 m (6 ft) — of cable from the emulator processor 
to the interlace assembly 

24 2 cm (9 5 in)— of cable from the interface assembly to the 
64 pm plug 

Cable Configuration — 1 8 m (6 ft)— two 40-conductor ribbon 
cables with chassis ground plane and signal paths 
24 2 cm (9 5 in)— two 32-conductor twisted pair cables 
Termination — 1.8 m(6 ft) — the interface assembly contains 
receivers for data, address, and control from the TMS9900 
emulator processor module 
24 2 cm (9 5 in)— not terminated 

TIMING CHARACTERISTICS 
To TMS9900 from Emulation Interface Delays* 



Interface Assembly 


Typical 


Maximum (in ns) 


Hi 


41 


59 


02 


41 


59 


03 


41 


59 


04 


41 


59 


CRUIN 


12 


23 


INTREQ 


12 


18 


ICO 


12 


23 


IC1 


12 


23 


IC2 


12 


23 


IC3 


12 


23 


HOLD 


12 


18 


READY 


12 


18 


LOAD 


12 


18 


RESET 


68 


98 


DATA 


14 


21 


From TMS9900 to 
Interface Assembly 


Typical 


Maximum (in ns) 


DBIN 


24 


41 


MEMEN 


12 


18 


WE 


12 


18 


CRUCK 


12 


23 


CRUOUT 


12 


23 


HOLDA 


12 


23 


WAIT 


12 


23 


IAQ 


12 


23 


ADDRESS 


14 


21 


DATA 


14 


21 



* Assumes 1.5 ft of cable at 1.5 ns/ft. 

Note: All inputs and outputs of the 64 pin plug at 
the end of the prototype control probe are 
buffered by 74LSXXX type devices. In all 
cases, data and control should not change 
during clock ol. 



6500/1 EMULATOR SUPPORT PACKAGE 
CHARACTERISTICS 

6500/1 is a trademark of Rockwell International Corporation. 
Tektronix. Inc does not guarantee that other vendor s versions 
of these microcomputers will be compatible with Tektronix 
Microprocessor Labs 

PHYSICAL CHARACTERISTICS 

Length — 1 .8 m (6 ft)— of cable from the emulator processor 
to the interface assembly. 45 cm (1 .5 ft) of cable from the inter- 
face assembly to the 40-pin plug 

Cable Configuration — 1 .8 m (6 ft) — two 40 conductor ribbon 
cables with alternating ground and signal paths. 

45 cm (1.5 ft)— two laminated 40 conductor cables made up of 
signal-ground pairs. 





Output 

Driving 


Input 

Receiving 


PAO-PA7 


RISING EDGE 


1 CLK 
CYCLE 
+ 300 


100 


FALLING EDGE 


1 CLK 
CYCLE 
+ 300 


100 


PB0-PB7. 

PC0-PC7. 

PD0-PD7. 


RISING EDGE 


300 


• 


FALLING EDGE 


30 


• 


CNTR 


RISING EDGE 


100 


100 


FALLING EDGE 


20 


20 



* Gated in only during a read instruction from 81. 82, 83 

F8, 3870, 3872 EMULATOR 
SUPPORT PACKAGE CHARACTERISTICS 

F8 refers to microprocessors manufactured by Fairchild s Cor- 
poration; the 3870 and 3872 refer to microcomputers manufac- 
tured by Mostek Corporation Tektronix. Inc. does not guaran- 
tee that other vendor s versions of the F8. 3870, or 3872 will be 
compatible with the Tektronix Microprocessor Labs. 

PHYSICAL CHARACTERISTICS 

Length — 6 ft (1.8 m) — of cable from emulator processor to 
the interface assembly 

1 ft (30 cm) — of cable from the interface to 40 pm plug 
Cable Configuration — 6 ft (1 .8 m) — two 40-conductor ribbon 
cables with chassis ground plane and signal paths. 

1 ft (30 cm)— two 40-conductor twisted pair cables 
Termination — 6 ft (1.8 m) — interface assembly contains re- 
ceivers for data, address, and control from the F8/3870/3872 
Emulator Processor module. 

1 ft (30 cm)— not terminated 

TIMING CHARACTERISTICS 

3870/3872 — The 3870/3872 Prototype Control Probe was 
designed to meet all the ac characteristics of the 3870 and 
3872 Microcomputers 

F8 (3850) — The F8 Prototype Control Probe meets all of the 
F8 ac characteristics with the following exceptions: (1) the 
worst-case delay from the falling edges of WRITE to the 
ROMC lines being valid is 650 ns (compared to 550 ns for the 
F8 CPU). (2) the worst-case skew between an external clock 
input is 0 to 90 ns longer than that specified tor the F8. 



1802 EMULATOR SUPPORT 
PACKAGE CHARACTERISTICS 

PHYSICAL CHARACTERISTICS 
Length — 6 ft (1 8 m) of cable from the emulator processor to 
the interface assembly. 1.5 ft (45 cm) of cable from the inter- 
face assembly to the 40-pin plug 

Cable Configuration — 6 ft (1 .8 m) — two 40-conductor ribbon 
cables with alternating ground and signal paths 
1 5 ft (45 cm)— two laminated 40-conductor cables made up of 
signal-ground pairs 

TIMING CHARACTERISTICS 

The 1 802 Prototype Control Probe is designed to meet all the 
ac characteristics of the 1802 Microprocessor — Vcc s*4.0 V. 



AC CHARACTERISTICS 

Emulation Clock 



Mode 1 or Mode 2 


5.0 MHz max at 10 Vcc. 


(user clock) with 1802 


25°C. this can be 


Prototype Control 


crystal, or external input 


Probe 


to clock (pin 1 ). 


Tracking power supply 


2.5 MHz 


to monitor user voltage 




(Vcc) and run the probe 




at the same voltage 




(4 V to 12 V) 





INPUT/OUTPUT CHARACTERISTICS 
Variable Threshold 

Range > -r 10 V dc to < - 10 V dc 

Preset TTL Voltage + 1 .4 V dc ± 200 mV 
Event Trigger Out High level voltage out (when 

Vcc = Mm. Vi = 0.5, 

Ro = 50 « to GND) is >2 V dc 

Adjustments — Variable Threshold may be adjusted from 
> + 1 0 V dc to <-10 V dc with a screwdriver adjustment 
accessible at the rear panel of the Microcomputer Lab This 
voltage must be monitored with a voltmeter having an input 
impedance of at least 1 0 Mil. 

Jumpers — With the internal jumper in position *0-3' the clock 
threshold is designated to be the same as channels 0-3. In 
position *4-7* the jumper designates the clock threshold to be 
the same as channels 4-7 
Cable Length — 50 cm (19.5 in). 
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TRIGGER 
TRACE ANALYZER 




TRIGGER TRACE ANALYZER 

The TEKTRONIX Trigger Trace Analyzer is de- 
signed specifically for use with either the 
TEKTRONIX 8550 Microcomputer Development 
Lab or the 8540 Integration Unit As such, it is 
totally compatible with 8-bit and 16-bit support 
offered for either of these 8500 Series systems 

The primary function of the Trigger Trace Analyz- 
er is to capture the real-time execution of code on 
the bus of the prototype system under design 
This capture includes all address and data flow 
plus control information specific to the processor 
to be used for the prototype In addition, an 
external acquisition probe allows up to eight 
channels of prototype hardware logic to be cap- 
tured and displayed along with the bus 
information 

To capture specific bus transactions and hard- 
ware events, the Trigger Trace Analyzer has four 
trigger channels that simultaneously monitor pro- 
totype software execution and other logic trans- 
actions These channels can be used indepen- 
dently or interactively to initiate a trigger upon 
detection of pertinent data generated from inter- 
action of the emulator processor and prototype 
For user convenience when programming the 
Trigger Trace Analyzer, address information can 
be represented by a series of symbolic labels and 
expressions determined by the user Also, infor- 
mation acquired from the prototype address and 
control buses is displayed in disassembled mne- 
monics native to the processor in use 

62 Channels of real-time data acquisition 

The Trigger Trace Analyzer (TTA) is a modular 
option used to monitor and store real time execu- 
tion of code on the prototype bus as generated 
by the emulator processor This processor may 
be any one of the 16-bit or 8-bit processors 
supported by the TEKTRONIX 8500 Series sys- 
tems On each cycle the TTA can acquire up to 
16-bits of data bus information, up to 24-bits of 
address information and up to 1 1 control bits The 
particular nature of the control bits is dependent 
on the specific emulator being used Each 8500 
Series Emulator package defines and identifies 
the signals that are supported 



In addition to prototype bus information, the TTA 
can acquire up to eight channels of hardware 
logic through a TEKTRONIX P6451 probe with 
inputs that are either TTL and plus or minus 10 
volt compatible or up to plus or minus 10 volt 
variable threshold This probe is part of the TTA’s 
optional acquisition interface The Acquisition In- 
terface includes a BNC input for an event qualifier 
signal that is assignable to any of the TTA’s four 
trigger channels Also included are BNC outputs 
for the TTA's four trigger signals. 

Real-time data acquired from the prototype bus 
and/or hardware points is captured by a high- 
speed buffer, the acquisition trace memory This 
memory is up to 62-bits wide and 255 words 
deep, and is able to resolve bus cycles up to 125 
nanoseconds To optimize the capability of the 
acquisition trace memory, the TTA also allows 
data storage qualification based on the event 
defined by trigger channel four 

Four trigger channels 

Each of the TTA's four trigger channels consists 
of a word recognizer and 16-bit counter that may 
be used together or independently to produce a 
trigger Each channel's word recognizer simulta- 
neously monitors all of the emulator bus and 
external hardware acquisition bits plus four more 
bits representing feedback from each channel’s 
counter output On each bus cycle, the word 
recognizer looks for a specific value that has 
been programmed by the user The data and 
address portions of the word recognizer will 
accommodate a range (e g . 01237H to 35798H) 
as well as an individual value, and also a NOT 
range or individual value Any of the address, 
data, and probe signals may also be set to a 
"don't care" value 

When the data present during a prototype bus 
cycle agrees with the preprogrammed word 
recognizer value, the word recognizer outputs an 
active EVENT signal If the channel’s counter 
output is also in an active state, the channel will 
produce a trigger signal An active EVENT signal 
can also be used to increment/decrement any 
channel s counter 

Each channel's counter is 16-bits (64k) and will 
operate up to 5 megahertz The counter can be 
programmed to access 17 different counting 
sources including five clock speeds and trigger 
signals from other channels. It may be pro- 
grammed to count up or down to a maximum of 
64k, and can be reset during operation This 
counting function can be enabled immediately or 
disabled by an active trigger from its own channel 
or the previous channel; or by an active counter 
output from the previous channel When the 
counter reaches its preset value, it can be used in 
conjunction with an active EVENT signal to 
produce a trigger; or to enable the next channel's 
counter 



When a given channel's preprogrammed word 
recognizer and counter values come true, the 
channel produces an active trigger output The 
word recognizer and counter can both be used 
independently to produce a trigger by setting the 
value of the other to "don't care" Also the user 
may program the counter output to be constantly 
active, allowing the word recognizer to indepen- 
dently produce a trigger 

Any channel's active trigger output can cause a 
program execution breakpoint and halt data ac- 
quisition by the TTA's acquisition trace memory 
Once the breakpoint has occurred, prototype 
code execution may either be stopped or allowed 
to continue through TTA breakpoint commands 
Multiple breakpoints are possible by program- 
ming different triggers on different channels and 
setting each to cause a breakpoint 

Up to four prototype evens occurring on consecu- 
tive bus cycles can be linked to form a single 
trigger Each even is assigned to a different 
channel’s word recognizer and then linked 
through a CONS command, that also specifies 
the type of bus cycle When the prototype events 
occur in the order specified, the last event 
causes a trigger 

Besides triggering capabilities, two other items 
extend control over data acquisition One is data 
qualification, which uses the event programmed 
into channel four as a determinant for data 
storage in the acquisition trace memory When 
the acquired prototype information agrees with 
event four programming, it is committed to mem- 
ory Another command allows pre-, center-or 
post-trigger triggering, which determines the po- 
sition of the trigger event in relation to the 
acquired data In this manner the user can ac- 
quire events leading up to the trigger, following 
the trigger, or evenly distributed on either side of 
the trigger 

The TTA package includes a powerful command 
set similar to UNIX and a display capability to 
enhance the user's speed and efficiency The TS 
command (trigger status display) gives a full 
display of the current programming content for 
each trigger channel It provides a full breakdown 
of all values associated with both the word 
recognizers and counters, and also shows each 
channel’s breakpoint programming In addition, 
this command shows whether or not the trace 
acquisition memory is being qualified by the 
channel four event 

Acquired data including bus status information is 
displayed on a cycle-by-cycle basis in the disas- 
sembled mnemonics of the emulator processor in 
use The breakpoint display identifies which trig- 
ger channel caused the break to occur and 
shows the status of all key registers within the 
processor at the breakpoint Symbolic represen- 
tation of prototype address simplifies the imple- 
mentation of TTA commands 
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MODULAR DEVELOPMENT LANGUAGE 
MDL /m 

MDL/*i is a high level language designed specifi- 
cally for use in microprocessor-based design Its 
parent language is ANSI Minimal BASIC, a widely 
used and well understood programming format 
MDL/ji offers an extensive number of enhance- 
ments from BASIC that make this new language 
an extremely effective design tool while retaining 
the advantages of simplicity and easy learning 
found in BASIC 

One essential advantage of MDL/*t is that it uses 
a compiler instead of an interpreter. Each pro- 
gram statement is translated to machine code 
only once, instead of every time the statement is 
executed The result is faster, and often more 
compact code for final program execution 

MDL In allows a module-oriented approach to 
software development Two statements, USES 
and PROVIDES, allow variables, functions and 
procedures to be shared by programmers work- 
ing on different modules of an overall program 
The USES statement also allows direct access to 
absolute memory locations, I/O ports and 
interrupts— all essential for proper control of 
hardware/software integration 

Variable names and strings have been consider 
ably expanded with MDL/#i Variable names can 
contain up to six characters, the first alphabetic 
and the others alphanumeric, for easy identifica- 
tion during program development Strings can 
vary in length from 1 to 255 characters instead of 
the unalterable 18 used in minimal BASIC 
Substring replacement is also enhanced to assist 
in character manipulation. 

I/O features include access to ports and absolute 
addressing of memory, which allows variables to 
be assigned a specific address Both ASCII and 
general purpose binary file manipulations are 
possible through a series of I/O statements in- 
cluding OPEN, CLOSE. RESTORE. READ. WRITE. 
PRINT and INPUT 

Among many other MDL/ji enhancements to BA- 
SIC are logical operators (AND, OR, XOR, NOT) 
plus shift and rotate operations for bit manipula- 
tion, DISABLE and ENABLE to turn the interrupt 
off and on and a built-in code optimization 

The conversion of MDL/^ source code to actual 
machine code is a three-step process The first 
step converts MDL/*i source code into assembly 
language source code which is stored on a file or 
device The assembly source code contains the 
original MDL ai statements as comments preced- 
ing each block of assembly source code At this 
stage, the assembly language can be further 
optimized by using the 8550 s powerful editor In 
the second step the assembler converts the 
assembly language source into object code The 
third step is to link the object code with the run 
time support library and any other assembled 
object code modules 



PASCAL: HIGH-LEVEL PROGRAMMING 
LANGUAGE 

Pascal, a high-level programming language, is 
receiving much attention in the electronics indus- 
try Features such as program structure, strong 
data typing, and readability greatly enhance pro- 
grammer efficiency, and thereby reduce software 
development and maintenance costs. The 
TEKTRONIX Pascal 8080/8085 Compiler is de- 
signed specifically for those who are writing 
programs for the 8080 or 8085 microprocessors. 
The TEKTRONIX Pascal 8080/8085 Compiler is a 
super set of the ISO draft standard Pascal A true 
compiler rather than a P-code interpreter, the 
Pascal 8080/8085 Compiler generates object 
code directly Each program statement is translat- 
ed to machine code only once instead of every 
time the statement is executed, resulting in faster 
and often more compact code 

Standard Pascal Features 

Pascal is a block-structured language that allows 
the program to be divided into sub programs 
called procedures and functions This block struc- 
ture encourages programmers to logically plan 
and construct programs, so debugging time is 
greatly reduced The block structure also requires 
that all variable declarations occur prior to execut- 
able code 

Pascal's six control structures correspond closely 
with flowchart elements and make algorithm cod- 
ing very natural All control structures have a 
single entrance and exit unless GOTO's are used, 
so program modifications are unlikely to introduce 
errors into the program 

Pascal allows programmers to use many flexible 
forms of data representations and to define data 
types that accurately express their particular 
problems Pascal also has strong data typing, 
which means that each variable must be defined 
as a single data type prior to its use and used 
consistently with its definitions 

Pascal programs are easy to read, and thus to 
maintain Pascal differs from most line-oriented 
languages by allowing extra spaces, tabs, and 
carriage returns almost anywhere Variable, pro- 
cedure, and function names can be meaningful 
and easily understood because they are not 
restricted in length However, identifiers used by 
DOS/50 must be unique in the first eight charac- 
ters, other identifiers, in the first 19 

TEKTRONIX Pascal 8080/8085 Compiler 
Major Extensions 

Separate Compilations 

Separate compilations are supported by the Pas 
cal 8080/8085 Compiler The mam program mod- 
ule’s first word is the keyword "PROGRAM 
Submodules to be separately compiled begin 
with the keyword "MODULE" Global variables, 
procedures, and functions can be referenced 
between separately compiled modules and the 
main program via PUBLIC and EXTERN 
attributes The PUBLIC and EXTERN attributes are 
associated with variables, procedures, and func- 
tions and cause the compiler to generate the 
appropriate linker text 



Linkage to Assembly Routines 

Speed-critical or timing-critical applications are 
likely to require some program segments to be 
written in assembly language Because the code 
generated by the Pascal 8080/8085 Compiler is 
compatible with the 8550 linker, assembly code 
can be linked to Pascal code 

Interrupt Handling 

The Pascal 8080 8085 Compiler supports full use 
of the 8080's and 8085 s interrupts The interrupts 
are supported by writing the interrupt service 
routine as a separate procedure having the IN- 
TERRUPT attribute Separate routines are re- 
quired to connect a specific interrupt vector to 
the appropriate interrupt service routine The 
interrupt service routines are included as conve- 
nience routines with the compiler Procedures are 
also supplied to set (SIM) and read (RIM) the 
8085's interrupt mask 

Input/Output 

Included with the Pascal 8080 8085 Compiler are 
several predefined procedures and functions 
used for chip-level I/O A procedure to send data 
to a specified port and function to read data from 
a specified port are included These procedures 
and functions are analogous to the standard 
Pascal WRITE. WRITELN, READ, READLN proce- 
dures. which are available for 8550 mode 0 
operation when using DOS/50 I/O All of the 
8550 s I/O capability is available to a Pascal 
program running in emulation mode 0, so the 
Pascal program can access the console terminal, 
discs, line printer, and auxiliary I/O ports. The 
Pascal 8080/8085 Compiler also allows an ORIGIN 
attribute to be associated with variables The 
ORIGIN attribute assigns variables to specific 
memory addresses and is very useful for memory 
mapped I/O 

Non-decimal Integers 

In many microcomputers applications, program- 
mers want to use non-decimal integers The 
Pascal 8080 8085 Compiler supports binary, octal, 
and hexadecimal integers for input and output 

ROM/RAM Applications 

ROM/RAM applications are facilitated by control- 
section typing Control-section typing means that 
the compiler gives the user the information he 
needs to allocate program variables into a linker 
section separate from literals, constants, and 
instructions, which are put into a second linker 
section 

Structured Constants 

Standard Pascal allows only constants of type, 
integer, real, boolean, and text char The Pascal 
8080 8085 Compiler also provides constants 
which are arrays, and records The most common 
application of structured constants is to initialize 
structured variables (arrays and records) that 
must reside in potentially volatile RAM 

Metacommands 

Metacommands are compiler directives that 
cause the compiler to do such things as format 
the listings or generate run-time debugging code 

Tektronix offers maintenance training classes on Micro- 
processor Development Labs and a variety of user work- 
shops featuring microprocessor hardware and software 
design concepts. For further training information, contact 
your local Sales Office or request a copy of the Tektronix 
Customer Training Catalog on the return card. 
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SYSTEM PERIPHERALS 
AND WORKSHOPS 




OSD 4643 LINE PRINTER 

The 4643 Line Printer is an optional system 
peripheral for use with the 8550, 8540, or 8560 
Microcomputer Labs 

The 4643 Line Printer is RS-232C compatible and 
supports baud rates of 1 10 to 9600 Printing is bi- 
directional at 350 character per second With a 
full 132 character line, speeds of 125 lines per 
minute are nominal the 7 by 7 format print font 
permits easy reading of both upper and lower 
case, and the operator can specify condensed, 
expanded, or standard characters. In the con- 
densed format, the 4643 prints out a 132-charac- 
ter line on an 8 1/2 by 11 inch sheet. 

4643 Printer (2400 Baud Standard) ... $4200 




CT8500 CRT TERMINAL 



The CT8500 CRT Terminal is an optional peripher- 
al recommended for use with the 8550, 8540 or 
8560 Microcomputer Labs 

The CT8500 is serially interfaced through an EIA 
standard RS-232C port The 30 cm (12 in) diag- 
onal CRT displays up to 25 lines at 80 characters 
per line, and the keyboard contains a full ASCII 
set of characters in upper and lower case. Other 
key features include eight programmable function 
keys, split screen capability, multimode editing, 
scrolling, paging, and visual display attributes. 

Order CT8500 CRT Terminal $2700 



MDL WORKSHOPS 

Tektronix offers Microcomputer Development Lab 
Workshops in a number of locations throughout 
the year The courses are intensive, hands-on 
workshops designed to help the attendee meet 
the demanding challenges of the growing micro- 
computer development market 

8550 MDL OPERATIONS WORKSHOP 

The 8550 MDL Operations Workshop covers all 
functions of the 8550 Microprocessor Develop- 
ment lab, a design tool used for both software 
development and hardware/software integration 
The 8550's features are explored in-depth and 
applied to a typical microcomputer design cycle. 
Throughout the course, the attendee gets inten- 
sive, hands-on experience for an in-depth under- 
standing of all 8550 operations. 

The course introduces the design process, flow 
charting a simple system and writing assembler 
source code for the Z80 microprocessor. Then 
with this background, the attendee learns to use 
the text editor, macro assembler, linker, I/O simu- 
lation with service calls, communication to remote 
computers, and the real-time software/hardware 
debugging tools The 8550 MDL Operations work- 
shop is a five-day course. 

EVALUATION AND SELECTION 
OF 16-BIT 

MICROPROCESSORS WORKSHOP 

The Evaluation and Selection of 16-Bit 
Microprocessors Workshop provides an in-depth 
examination of three major 16-Bit 
Microprocessors currently available for design 
implementation, the Intel 8086, Zilog Z8000 and 
the Motorola 68000 Each is considered in terms 
of hardware and software characteristics. 

To provide a thorough orientation, lab sessions 
require the participant to write a program for each 
processor that solves a given application prob- 
lem Program development is accomplished using 
the TEKTRONIX 85k) Microprocessor Develop- 
ment System Questions on processor selection, 
software development, prototyping, program size 
and through put considerations will also be 
discussed 

The evaluation and selection of 16-bit 
Microprocessors workshop is a three-day course. 

INTRODUCTION TO 

MICROPROCESSOR SOFTWARE 
DESIGN WORKSHOP 

The Introduction to Microprocessor Software De- 
sign Workshop is a comprehensive look at micro- 
computer software development, from 
flowcharting through hardware/software integra- 
tion It includes hands-on experience with the 
8550 Microcomputer Development Lab, a self- 
contained microcomputer design tool. The intro- 
duction to Microprocessor Software Design Work- 
shop is a Five-day course. 



MICROPROCESSOR HARDWARE/ 
SOFTWARE INTEGRATION TECHNIQUES 

The Microprocessor Hardware/Software Integra- 
tion Techniques Workshop examines various as- 
pects of the microcomputer design cycle and the 
role of each in the overall development scheme 
Throughout the course, the participant will work 
with a number of design tools commonly used in 
developing microprocessor-based systems. In- 
cluded are the 8550 MDL, logic analyzers, 
oscilloscopes and data communications testers 
Extensive hands-on experience is provided for 
each tool The Microprocessor Hardware/ Soft- 
ware Integration Techniques Workshop is a Five- 
day course 

MICROPROCESSOR SOFTWARE 
DEVELOPMENT WITH PASCAL WORKSHOP 

The Microprocessor Software Development with 
Pascal Workshop is an intensive examination of 
Pascal and its relationship to microcomputer soft- 
ware development It emphasizes how to "think" 
in Pascal program structure and looks at the 
philosophy behind the language. In addition to 
defining the language in terms of the ISO Pascal 
standing, the course introduces Tektronix’s spe- 
cial extensions aimed specifically at developing 
code at the microprocessor level. Also consid- 
ered are tradeoffs between using assembly or 
high level language for micro software develop- 
ment, and the process of linking Pascal modules 
with assembly-written modules to form a com- 
plete program The Microprocessor Software De- 
velopment with Pascal Workshop is a Five-day 
course 

For detail information on Tektronix Microcomputer 
Development Workshops and Workshop sched- 
ules, contact your local Tektronix Sales Engineer. 
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TdL/ ordering information 
I lLW and matrix 



Field Number 


Emulators: 


Factory 

Configuration 

Number 


Price 


8300E04 Opt 01 


Z-80A Emulator and ROM 


Option 2C 


$2950 


8300E06 Opt 01 


8085 Emulator and ROM 


Option 2E 


$2950 


8300E20 


Z8001/Z8002 Emulator 


Option 2M 


$4050 


8300E28 


68XX Emulator 


Option 2Q 


$3450 




Probes: 






8300P04 


Z-80A Prototype Control Probe 


Option 3D 


$1050 


8300P06 


8085A Prototype Control Probe 


Option 3F 


$1050 


8300P20 Opt 01 


Z8001 Prototype Control Probe and ROM 


Option 3Q 


$2250 


8300P22 Opt 01 


Z8002 Prototype Control Probe and ROM 


Option 3S 


$2250 


8300P28 Opt 01 


6809 Prototype Control Probe and ROM 


Option 3V 


$1750 




System Options: 






8540F01 


Comm Interface Package 


Option 01 


$400 


8540F03 


Trigger Trace Analyzer and ROM 


Option 03 


$4550 


— 


64k Program Memory (Factory Installed) 


Option 04 


$3450’ 


8550F04 


64k Program Memory (Field Installed) 


— 


$6550 


— 


128k Program Memory (Factory Installed) 


Option 05 


$6350’ 


8550F05 


128k Program Memory (Field Installed) 


— 


$9450 


8550F06 


Memory Controller 


Option 06 


$2500 


8550F30 Opt 01 


PROM Controller 


Option 30 


$1650 


8550F31 


2716/32 PROM Module 


Option 31 


$650 


8550F32 


8748/41 A55 PROM Module 


Option 32 


$650 


040-1020-00 


Rackmount Version 


Option 47 


$250 


— 


Universal Euro 220 V 


Option A1 


NC 


— 


U K 240 V 


Option A2 


NC 


— 


Australia 240 V 


Option A3 


NC 


— 


North American 240 V 


Option A4 


NC 






’This price includes credit for 32k byte standard 






memory module 






Accessories: 









Interface Cables 8540 to 8560 






— 


HSI Cable. 2.44 m (8 ft) 


012-1009-00 


$55 


— 


HSI Cable. 6 1 m (20 ft) 


012-1008-00 


$90 


— 


HSI Cable. 15 24 m (50 ft) 


012-1007-00 


$125 


— 


HSI Cable. 76 2 m (250 ft) 


012-1010-00 


$395 




Interface Cables 8540 to Dataset 








RS-232C Interface Cable 6 1 m (20 ft) blank line 


012-0757-00 


$140 




8560 Multi-User Software Development Unit 




$27,500 




Assemblers: 






8560B01 


8080A/8085A Assembler 


Option 1 A 


$1500 


8560B02 


6800/6801/6802 Assembler 


Option 1 B 


$1500 


8560B04 


Z-80A Assembler 


Option 1C 


$1500 


8560B15 


8086/8088 Assembler 


Option 1J 


$1500 


8560B16 


Z8001/Z8002 Assembler 


Option 1 K 


$1500 


8560B17 


68000 Assembler 


Option 1 L 


$1500 


8560B18 


6809 Assembler 


Option 1 M 


$1500 




Editor: 






8560F21 


Advanced CRT-Oriented Editor 


Option 21 


$500 




Software Utilities: 






8560U01 


Text Processing Package 


Option 4A 


$950 


8560U02 


Native Programming Package 


Option 4B 


$950 


8560U03 


Auxiliary Utilities Package 


Option 4C 


$500 




System Options: 






8560F01 


64k Word System Memory 


Option 01 


$4500 


8560F03 


5-8 Port Mux/License 


Option 03 


$4500 


— 


Universal Euro 220 V 


Option A1 


NC 


— 


U K 240 V 


Option A2 


NC 


— 


Australia 240 V 


Option A3 


NC 


— 


North American 240 V 


Option A4 


NC 




8550 Microcomputer Development Lab 




$15,950 




Assemblers: 








(Requires Software License) 






8300 A0 1 


8080A/8085A Assembler 


Option 1 A 


$950 


8300A02 


6800/6801/6802 Assembler 


Option IB 


$950 


8300A04 


Z-80A Assembler 


Option 1C 


$950 


8300A05 


TMS9900 Assembler 


Option 1 D 


$1050 


8300A07 


3870/3872/F8 Assembler 


Option 1 E 


$950 


8300A09 


1 802 Assembler 


Option 1 F 


$950 


8300A10 


8048/8021/8041 A/8022 Assembler 


Option 1G 


$950 


8300A14 


6500/1 Assembler 


Option 1 H 


$950 


8300B15 


8086/8088 Assember 


Option 1 T 


$1200 


8300B20 


Z8000 Assembler 


Option 1 U 


$1200 


8300B26 


68000 Assembler 


Option IV 


$1200 


8300A28 


6809 Assembler 


Option 1 M 


$950 




Emulators: 






8300E01 


8080A Emulator Processor and Emulator Control Software 


Option 2A 


$2650 


8300E02 


6800/6802 Emulator Processor and Emulator Control Software 


Option 2B 


$2650 


8300E04 


Z-80A Emulator Processor and Emulator Control Software 


Option 2C 


$2650 


8300E05 


TMS9900 Emulator Processor and Emulator Control Software 


Option 2D 


$3465 


8300E06 


8085A Emulator Processor and Emulator Control Software 


Option 2E 


$2650 


8300E07 


3870/3872/F8 Emulator Processor and Emulator Control Software 


Option 2F 


$3150 


8300E09 


1802 Emulator Processor and Emulator Control Software 


Option 2G 


$3465 


8300E10 


8048/8021/8041 A/8022 Emulator Processor and Emulator Control 








Software (requires 8300P10. 8300P12. or 8300P13) 


Option 2H 


$2950 


8300E14 


6500/1 Emulator Processor. Prototype Control Probe 




$3340 


8300E20 


Z8001/Z8002 Emulator 


Option 2M 


$4050 


8300E28 


68XX Emulator 


Option 2Q 


$3450 
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8550 Microcomputer Development Lab (Cont.) 

Factory 

Configuration 

Field Number Number* Price 



Probes: 



8300P01 


8080A Prototype Control Probe 


Option 3A 


SI 050 


8300P02 


6800 Prototype Control Probe 


Option 3B 


SI 050 


8300P03 


6802 Prototype Control Probe 


Option 3C 


Si 050 


8300P04 


Z-80 A Prototype Control Probe 


Option 3D 


S1050 


8300P05 


TMS9900 Prototype Control Probe 


Option 3E 


SI 280 


8300P06 


8085A Prototype Control Probe 


Option 3F 


SI 050 


8300P07 


3870/3872 Prototype Control Probe 


Option 3G 


Si 050 


8300P08 


F8 Prototype Control Probe 


Option 3H 


$1050 


8300P09 


1 802 Prototype Control Probe 


Option 3J 


$1050 


8300P10 


8048 Prototype Control Probe 


Option 3K 


SI 250 


8300P11 


8021 Adapter (requires 8300P10) 


Option 3L 


S375 


8300P12 


8041 A Prototype Control Probe 


Option 3M 


$1250 


8300P13 


8022 Prototype Control Probe 


Option 3N 


$1250 


8300P20 


Z8001 Prototype Control Probe and Emulator Software 


Option 3Q 


$1850 


8300P22 


Z8002 Prototype Control Probe and Emulator Software 


Option 3S 


$1850 


8300P28 


6809 Prototype Control Probe and Emulator Software 

Language Products: 

(Requires Software License) 


Option 3V 


$1450 


8300G01 


Pascal 8080 8085" 


Option 1 P 


S1950 


8300H01 


Modular Development Language. 8080 8085 Z-80” 


Option IQ 


$1100 


8300H02 


Modular Development Language. 6800/6802" 

Editor 

(Requires Software License) 


Option 1 R 


$1100 


8300C01 


Advance CRT - Oriented Editor' 

System Options: 




$500 


8550F01 


Real Time Prototype Analyzer 


Option 01 


$2700 


8550F02 


32k Static Memory Board 


Option 02 


$3100 


8550F03 


Trigger Trace Analyzer 


Option 03 


$4150 


8550F04 


64k Program Memory (Ordered with system) 




$6550 


— 


64k Program Memory 


Option 04 


$3450 


8550F05 


128k Program Memory 




$9450 


— 


128k Program Memory (Ordered with system) 


Option 05 


$6350 


85500F06 


Memory Allocation Controller 


Option 06 


$2500 


8550 


Universal Euro 220 V/16A Power 


Option A1 


NC 


8550 


U K 240 V/13A Power 


Option A2 


NC 


8550 


North American 240 V/15A Power 


Option A4 


NC 


8550 


Switzerland 240 V/15A Power 

Editor 

(Requires Software License) 


Option A5 


NC 


8550 


Advance CRT - Oriented Editor* 

System Options: 
Peripherals: 


Option IS 


$500 


4643 


Line Printer 




$4200 


CT8500 


CRT Terminal 

Accessories: 




$2700 


RS-232 


Interconnecting cable 012-0757-00 (300 cm — 10 ft) 




$140 


Null-Modem Interconnecting cable 012-0820-00 (150 cm — 5 ft) 

’’Order the products as 8540 or 8550 options to have the system factory configured and tested. 
’Requires 64k Program memory 




$80 




ORDER MATRIX 

To use the matrix below 

A) Identify the mainframe (8540 or 8550) 

B) Select a processor (8080. 8085. Z-80. 6800. etc.) 

C) Select a level of support (assembler, emulator, probe. HLL. Prototype Debug) 

D) Order mainframe and options for deemed level of support * 



8540 


8550 


8560 


Processor 


Emulator 


Probe 


Assembler 


Emulator 


Probe 


HLL 


Assembler 


8080 






Option 1 A 


Option 2A 


Option 3A 


Option IP. IQ 


Option 1A 


8085 


Option 2E 


Option 3F 


Option 1A 


Option 2E 


Option 3F 


Option IP. IQ 


Option 1 A 


Z-80 


Option 2C 


Option 3D 


Option 1C 


Option 2C 


Option 3D 


Option IQ 


Option 1C 


6800 






Option IB 


Option 2B 


Option 3B 


Option 1 R 




6802/6808 






Option IB 


Option 2B 


Option 3C 


Option 1R 




TMS9900 






Option 1 D 


Option 2D 


Option 3E 






3870/72/74/76 






Option 1 E 


Option 2F 


Option 3G 






F8 






Option 1 E 


Option 2F 


Option 3H 






1802 






Option 1 F 


Option 2G 


Option 3J 






8048/8035/8039-6 






Option 1G 


Option 2H 


Option 3K 






8021 






Option 1G 


Option 2H 


Option 3L’ 






8041 A 






Option 1G 


Option 2H 


Option 3M 






8022 






Option 1 G 


Option 2H 


Option 3N 






6500/1 






Option 1H 


Option 2J 2 








6809 


Option 2Q 


Option 3V 


Option 1M 


Option 2Q 


Option 3V 




Option 1 M 


8086 


Option 2K 


Option 3P 


Option IT 








Option 1J 


8088 


Option 2K 


Option 3X 


Option IT 


Option 2K 


Option 3X 






Z8001 


Option 2M 


Option 3Q 


Option 1 U 


Option 2M 


Option 3Q 




Option 1J 


Z8002 


Option 2M 


Option 3S 


Option 1 U 


Option 2M 


Option 3S 




Option IK 


68000 


Option 2P 


Option 3U 


Option IV 


Option 3P 


Option 3 V 




Option IK 



’Requires Option 3K includes Probe 



'NOTE If this support is to be added to a previously purchased mainframe, use the equivalent product nomenclature, i e . FIELD NUMBER (NOT the fac- 
tory configuration option number) when placing your order 
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PROGRAMMABLE 
DATA COMMUNICATION TESTER 




834 



Programmable 

Allows Automation of Tests 



Easy to Operate 

19.2 k Baud Data Transfer 



Handles ASYNC/BISYNC/HDLC 



2699 Character Buffer 



16 Character Display 
Bit Error Rate Testing 
Portable and Lightweight 



The TEKTRONIX 834 Programmable Data Com- 
munications Tester is a powerful network 
troubleshooter designed to meet the demand for 
cost and time-effective first-line field service The 
834 s portability (5 5 kg, 12 lb), ruggedness, and 
ease of use gives you a welcome independence 
from bulky, expensive equipment 



The 834, like our 833, monitors and is compatible 
with EIA RS-232, and CCITT V 24 interfaces (op- 
tional interfaces also available); provides DTE and 
DCE simulation to evaluate the entire network; Bit 
Error Rate Testing for analyzing phone lines and 
modems; the ability to calculate and confirm 
block check characters; and internal self- 
diagnostics 

The fast 19 2 kilobaud rate lets you test the most 
modern networks The bright 16 character front 
panel display is fully decoded in ASCII, EBCDIC, 
HEX, or your own character set 

We've programmed common test messages and 
setups into a series of optional User ROM Packs 
that field personnel easily slip into the 834 to 
quickly isolate faults The Packs can set up the 
front panel controls automatically, or allow the 
user to execute specific test programs for special 
on-site applications 

MODES OF OPERATION 

Monitor 

The 834 monitors and records activity occurring 
on the RS-232 interface without interfering with 
data transmission Trigger capability allows 
selective capture of data (refer to Triggering). 



Modem (DCE) Simulation 

In this mode, the 834 functions as Data Communi- 
cations Equipment (DCE) or modem simulator for 
testing the Data Terminal Equipment (DTE) Mes- 
sages can be sent to the unit under test (UUT), 
and messages received from the UUT can be 
examined for trigger events which can cause 
further action by the 834 The sequence of events 
is controlled by a stored program (in the 834) 
which can be manually entered or stored in a user 
defined ROM (refer to Programmability) 

Terminal (DTE) Simulation 

In this mode, the 834 performs as Data Terminal 
Equipment (DTE) or terminal simulator for testing 
the Data Communications Equipment (DCE) side 
of the interface Otherwise, operation is similar to 
the modem (DCE) simulator mode described 
above 

Bert Mode 

In this mode the 834 performs bit and block error 
rate testing using the 511 bit CCITT standard 
pseudo random pattern 

Self Test Mode 

In this mode, internal diagnostics and excercising 
routines can be called up by the operator to verify 
that the instrument is functioning properly 
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TCL' programmable 
I \ZW data communication tester 



interface compatibility 

The 834 is compatible with ElA RS-232 and CCITT V.24 inter- 
faces (optional interfaces also available) 

ELECTRICAL 

Data Transmission Timing — Synchronous and 
Asynchronous. 

Communications Mode — Half or full-duplex 
Bits Per Character — 5, 6. 7. 8. 9. 5 txt/character cannot be 
selected with parity. 9 bit/ character cannot be selected without 
parity and in the asynchronous mode only. 

Codes — ASCII. EBCDIC. HEX standard Space available for 
user defined codes in an optional USER ROM. 

DATA TRANSFER RATES 

Internal (crystal controlled) — 50. 75. 110. 134.5. 150. 200. 
300. 600. 1200. 1800. 2400, 4800. 7200. 9600, and 19.200 bits 
per second (Synchronous full-duplex restricted to <^9600 bits 
per second) 

External — Limited to maximum of 19.200 bits per second. 
Synchronous full-duplex restricted to <9600 bits per second. 
Parity — None. Odd. Even, all Mark, all Space. 

RTS/CTS Delay (Half-Duplex Mode Only) — Programmable 
from 0 to 9999 ms. If not programmed, defaults to 200 ms. 
Accuracy — +5, -15 ms. 

Block Check Characters — CRC-16. CRC-CCITT. LRC 
Bit Error Rate/Block Error Rate Tests — Utilizes the 511 -bit 
CCITT standard pseudo-random pattern sent in blocks of 1000 
bits, errors are counted continuously or over a total test length 
of 10 5 or 10* bits, stores bits in error, blocks sent, blocks in 
error and sync faults (See 834R03 link test ROM pack for 
additional capabilities) 

SET-UPS 

ASYNCHRONOUS OPERATION 
Stop Bita — Transmits 1 . 1 .5 or 2 Responds to 1 
End of Frame — One programmable character (any bit combi- 
nation) Defaults to OA (ASCII New line). 

Timing — Normal or Isochronous. 

SYNCHRONOUS OPERATION 

Synchronizing Character — Programmable to require any 1 
or 2 characters (if 2. they may be different) Defaults to 32 32. 
End of Frame — Programmable to recognize any of a number 
of idle conditions (Mark. Space. Syn) and/or a single character 
(defaults to 37. EBCDIC EOT). 

Clock — Normal, Derived. DTE. 

HDLC OPERATION 

NRZI — On or Off 

Clock — Normal. Derived. DTE. 

TRIGGERING 

Tngger Location in Buffer — Start. Center. End 

Match — Source of data being searched for trigger events 

(NONE. DTE. DCE) 

Tngger Sequence — Programmable to require a sequence of 
0-25 characters (0-5 if no mask programmed) 

Mask Sequence — Programmable to mask a 0-25 character 
trigger sequence 

Error Conditions — In Async: A panty or frame error In Sync: 
A parity error In HDLC A CRC error, an abort sequence, or a 
short frame (<32 bits). 

Marker — Low-to-high or high-to-low transition of marker in- 
put can be selected 
Buffer Capacity — 2699 characters 



PROGRAMMABILITY 
Program Steps — 99 steps available. 

Message Lengths — 50 messages totaling 3000 bytes. 

Data Captured — Always the last 2699 characters received 
before the program stops or before STOP is pressed. 
Instruction Set — 

HALT: mm 

Stop and display message MM 
SEND: mm 

Send contents of message buffer MM as a frame. 

RECEIVE 

Obtain next complete data frame for processing 
COMPARE: mm 

Search frame for a match with message buffer MM 
JUMP EQ: ss 

Jump to step SS if a match is found. 

JUMP NE: ss 

Jump to step SS if a match is not found 
JUMP: ss 
Jump to step SS 
IF TIME: ss 

Jump to step SS if the timer expires 
TIME OUT # pp 

Start timer with value parameter PP 
MASK: mm 

Use message MM for mask during COMPARE operation 
WAIT #pp 

Start time with value in parameter PP and do not proceed to 
following step until timer expires (10 to 9999 ms), (additional 
instructions available m ROM packs) 

BREAKOUT PANEL 

Probe — 

Space +3 V <Vin < +25 V. 

Mark 25 V <Vin < - 3 V. 

Input Impedance *50 ku. 

Marker — 

Mark or Off -25V<m< +0 8 V. 

Space or On: +2V<in< +25V (Schmitt Input). 

+ 12 Volt Source — +12 V ±1 V (no toad). Output imped- 
ance =*= 3 kit (each pin). 

- 12 V Source 12 V ±1 V (no load) Output impedance 

* 3 kit (each pin). 



DISPLAY 

Alphanumeric Display — 16-d»git fluorescent display Each 
digit is a 5 x 7 dot matrix 9 mm (0.35 in) high. LED status 
indicators for control lines 



PHYSICAL CHARACTERISTICS 
Dimensions and weights (approx.) 



Dimensions 


mm 


in 


Height 


102 


4.0 


Width 


305 


12.1 


Length 


306 


124 


Weight 


kg 


lb 


Net 


5.5 


12 



POWER REQUIREMENTS 

Line Voltage Ranges — 1 15 V — 90 to 132 V 230 V — 180 
to 250 V 

Line Frequency Range — 48 to 440 Hz 



ENVIRONMENTAL 

Temperature — Operating: 0° to + 50 °C ( + 32° to + 122°F). 
Nonoperating 40° to +75°C (- 40° to +167°F) 

Humidity — 30° to 60 °C. 95% relative humidity 

Altitude — Operating: to 4500 m (15.000 ft) Nonoperating to 

15.000 m (50.000 ft). 

Shock — 50 gs. 1/2 sine. 11 ms duration, in each major axis 

INCLUDED ACCESSORIES 

RS-232 cable assembly, jumper set (198-4006-00). power cord 
—US. 115 V (other optional) (161-0066-00) 



ORDERING INFORMATION 



834 Programmable Data 
Communications Tester $3990 

Option 02 Current Loop Interface Add $300 

Option 03 RS449 (RS422/RS423) Interface Add $750 

Option 04 MIL. STD. 188C Add $350 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16 A No Charge 

Option A2 UK 240 V/13 A No Charge 

Option A3 Australian 240 V/10 A No Charge 

Option A4 North American 240 V/15 A No Charge 

ROM PACKS 

834R01 General Purpose ROM Pack $280 

834R02 Bisynchronous ROM Pack $320 

834R03 Link Test ROM Pack $370 

834R04 HDLC/X25 ROM Pack $450 

834R05 Extended Instruction Set ROM Pack $240 

834R07 PARS/IPARS ROM Pack $375 

834RDA ROM Development Aid ROM Pack $1200 



OPTIONAL ACCESSORIES 



Current Loop Pod Accessory 015-0361-00 $325 

RS449 Interface A6741 $750 

User ROM Pack (empty) 020-0607-00 $80 

Diagnostic ROM Pack 067-0986-00 $480 

Carrying Case 016-0672-00 $70 
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834RDA 



The System For Developing Customer User 
ROMs For 834 ROM Packs 



The 834RDA ROM Development Aid, when used 
in conjunction with an 834 Programmable Data 
Communications Tester, enables the develop 
ment of new, custom EPROMs for automating or 
preprogramming umgue customer applications in 
834 ROM Packs 

The 834RDA supports the generation and editing 
of user-defined programs, setups and messages 
The 834RDA also aids the user in extending the 
BAUD, CODE, IDLE and transfer function DIREC- 
TORY menus by adding new menu entries. 

PROM's are developed by building a ROM image 
in the 834 system The 834RDA uses the RS-232 
port for external communications This communi- 
cation port can be interfaced to any one of the 
following devices (1) An external PROM Program- 
mer; (2) A Printer or Terminal; (3) A unit under 
test The 834RDA and 834 are used with an 
external PROM programmer to write and read 
PROMs A terminal or printer may also be used 
with the system to produce formatted listings of 
the ROM image contents. With the 834RDA sys- 
tem connected to the unit under test, the ROM 
image can be executed to verify operation and 
correctness 

A ROM header name is generated from the user's 
input All other header and trailer information are 
automatically supplied for individual entires and 
for the entire ROM image 

The 834RDA includes two additional CODE menu 
items The KEYS translation code produces a 
one-character representation of each key, and is 
used when editing key sequences The DISPLAY 
translation code makes all display characters of 
the 834 available to the user for building new 
code translation tables 

Extended instructions that are included in most 
other 834RXX ROM Packs are available to the 
user in the 834RDA (see page 30). 

FUNCTIONS OF THE ROM DEVELOPMENT 
AID 

Record Mode — The Record Mode of the 
834RDA enables the user to record keystrokes In 
this mode, all keystrokes are recorded in the 
order in which they are entered until the exit 
command is executed Afterwards, the keystroke 
sequences may be edited and non-key functions 
(such as mode changes) added Record mode is 



a simple method of capturing user setups, pro- 
grams and message strings, particularly those 
which involve more than one simple setup or 
program entry This method of development also 
enables the user to optimize memory utilization in 
the ROM image 

Save-Setup Function — The Save Setup Func- 
tion generates a sequence of keystrokes which 
will recreate any of the 834 menu listings Setup 
menus, Simulation Programs (including message 
strings and parameters), Trigger Strings. Monitor 
Programs, Bit Error Rate Test setups and mes- 
sage strings The Save-Setup function is the 
easiest and most precise method of creating and 
storing key sequences which contain only a 
single menu list 

FORM Entry Functions — New entries may be 
added to the ROM image using the form Entry 
Functions The types of entries which can be 
added are 

Keystroke Sequences 
Character Strings (messages) 

Directory Entries 
Baud Rates 
Sync Idle Characters 
Translation Code Tables 
Power-Up Key Sequences 

Input-Output Functions — The 834RDA system 
can accept input from any PROM burner that 
supports the TEKHEX format Error detection 
checks are made to assure correct image trans- 
fer from the burner to the 834 The ROM image 
contains all of the completed entries plus the 
appropriate "overhead" data such as header, 
trailer, byte counts and checksum information 
Upon completion of new entries or changes to 
the ROM image contents, the 834RDA system 
can send the completed ROM image back to a 
PROM burner 

A listing of the entire ROM image or of individual 
entries can be sent to a printer or terminal for 
documenting purposes The printout contains key 
sequences (e g., designation of keys), or function 
definitions (e g , new baud rate) and other appro- 
priate information as required 

The 834 must be in DTE SIM or DCE SIM mode 
when using external equipment. The mode set- 
ting should be compatible with the equipment 
being used, i e , DCE SIM when interfacing a 
printer, PROM burner or DTE under test; DTE SIM 
when interfacing modems or other DCE 

Program Debug Functions — The Program 
Debug Functions contained in the 834RDA enable 
the user to: Interrupt an executing 834 program, 
Display program steps, parameters, and mes- 
sages. Cause single step program execution; Set 
a breakpoint; Change program steps, param- 
eters, and messages 

Program Enhancement Capability — Two 

new functions are available for assistance when 
creating simulation programs with the 834RDA 
systems One function enables the user to insert 
a step in a program; the second will delete a 
step In both cases, the remaining program steps 
will be renumbered, and all jump instructions will 
be adjusted accordingly. 



TRANSFER FUNCTIONS AVAILABLE IN 
834RDA 

Insert program step at location currently shown 
on 834 display 

Delete program step at location currently shown 
on 834 display 

Start 834RDA Recording Mode 

Stop 834RDA Recording Mode 

Save program or setups 

Enter RDA Mode at initial location 

Setup 834 with RDA setup parameters 

Setup 834 with normal 834 default setup 
parameters 

Display RDA Directory 

TRANSFER KEY — Enter RDA mode at location 
from which last existed 

(Above list does not include functions available in 
834) 

ADDITIONAL INFORMATION 

The 834RDA should be used with an 834 having 
level 04 or greater software. This can be verified 
by placing the 834 in self-test mode; scrolling 
down two levels to the LIST-DSROM display, then 
over one entry to LIST-CSROM0; Press the start 
key; the display will read "CSRM0 PN = 0836 04 
or similar This is the part number of the ROM 
containing the pertinent 834 software, and the 
last two digits should be 04 or greater 

A level 04 or greater ROM is supplied with each 
RDA in case it is needed. If it is not, the ROM can 
be erased and used for recording your custom 
routines 

If additional information or updates are required, 
contact your local Tektronix Sales or Service 
Center 

The 834RDA system is compatible with several 
PROM burners The PROM burners must have an 
RS-232 interface port, and must support Tektronix 
Hexadecimal (TEKHEX) transmission formatting 
Some examples of 834RDA compatible PROM 
burners are 

Data I/O System 19 
Data I/O System 17 (with either 
TEKHEX transmission formatting, or re- 
mote-control setup capability) 

PRO LOG, M980 (requiring an RS-232 
adapter) 

TEKTRONIX 8550 Microprocessor De- 
velopment Lab 

Order 834RDA ROM Pack Development Aid 
ROM Pack $1200 



TPU' R0M 

I lZI\ packs 



834 ROM Packs 

These products are firmware extensions of the 
834 Programmable Data Communications Tester 
These ROM Packs (834R01, 2, 3, 4, 5, 7) all 
contain the extended instruction set listed at the 
right side of this page They also include program 
debug and edit functions plus the unique capa- 
bilities listed for each individual ROM Pack (Ex- 
cept as noted*) 

In each ROM Pack a certain number of ROM 
spaces are reserved for customer use Each 
ROM space can accommodate a 2k or 4k ROM or 
EPROM The custom ROM area of the ROM Pack 
can be programmed using 2716, 2732, 2516 or 
2532 single power supply EPROMs or combina- 
tion of the above 

As new ROM Packs have been introduced and 
existing ROM Packs enhanced, the firmware in 
the 834 has been expanded The description for 




General Purpose ROM Pack 

This ROM Pack simplifies and expands operation 
of the 834 Data Communications Tester for use 
with asynchronous systems 

The capabilities programmed into the 834R01 are 
as follows: 

Sets up conditions for asynchronous oper- 
ation upon instrument power up. 

The addition of correspondence and baudot 
character decode tables 

Additional idle menu selection 

Split baud rate capability allowing the change 
of either the transmit or receive baud rate 

Basic printer tasks: 

Tester sends a message in lines of in- 
creasing length to a DTE to verify that 
characters are positioned and printed 
properly. Test also evaluates DTR re- 
sponse and X-on, X-off feature 

Repeat mode (with and without trigger). 

Correspondence code set-up. (This sets the 
834 to the most common asynchronous 
setups available). 

Baudot code set-up. (This sets up the 834 for 
the most common Baudot code set-up.) 

Block asynchronous setup (This sets up the 
834 to operate in the block-asynchronous 
mode ) 

Graphic test patterns This program is useful 
for calibrating screen attributes in TEKTRONIX 
4010 Series Terminals 

Level 3 or higher 834 software required 



each ROM Pack includes the 834 firmware revi- 
sion level required to make available all the 
capabilities of the ROM Pack New 834 s are 
shipped with the latest firmware and will support 
all the 834 ROM Packs in this catalog. 

The software level of older 834s can be easily 
verified as follows: 

Place 834 in Self-Test mode 

Scroll down two levels (press l key twice) to the 

LIST DSROM display 

Press the - key once to obtain the LIST CSROM0 
display 

Press START key 

The display will read CSROM0=PN=0836-XX. 
The last two digits indicate the software level of 
the 834 Data Communications Tester 

Contact your local Tektronix Sales or Service 
Center if additional information or updates are 
required 




Bisynchronous ROM Pack 

This ROM Pack extends and simplifies use of the 
834 in exercising components of the IBM 3270 
Information Display System family and compatible 
terminals manufactured by other companies 

The capabilities programmed into the 834R02 are 
as follows: 

Monitor Routines: 

Trigger on NAK 

Trigger on RVI 

Attribute Exercise Pattern 

*E" Alignment Patterns. 

New Lme/End-of -Message Pattern. 

81 Character Stairstep Pattern 

Control Key Response Test. 

Calculate BCC (STX to ETX or SOH to ETX). 

Terminal Startup. 

Read and Display Terminal Status. 

Setup for ASCII Bisync 

Setup for EBCDIC Bisync. 

Load Common Protocol Messages and 
Parameters 

Level 3 or higher 834 software required. 



EXTENDED INSTRUCTION SET 

1 1 LOAD # pp 

Load register with value in parameter PP 

12 STORE # pp 

Store register value in parameter PP 

13 COMPARE # pp 

Compare register value to value in parameter PP 

14 INCRMNT # pp 

Increment value in parameter PP by one 

15 DECRMNT # pp 

Decrement value in parameter PP by one 

16 DISPLAY # pp 

Display value in parameter PP 

17 LOAD: mm 

Load register with character from message MM 

18 STORE: mm 

Store register value in message MM 

19 DISPLAY: mm 
Display message MM 

20 CLEAR: mm 
Clear message MM 

21 TRANSFR # pp 

Invoke key sequence described by value in parameter PP 

22 SETEIA - nn 

Set El A RS-232 control line specified by value NN 

23 TESTEIA - nn 

Test EIA RS-232 control line specified by value NN 

24 TESTFRM - nn 

Test for type of frame indicated by value NN 

25 TESTKEY - nn 

Test for keyboard input indicated by value NN 

26 BREAK # pp 

Send BREAK for length of time specified in parameter PP 
*27 BCC: mm 

Calculate and insert BCC for message MM 

*28 PROTOCOL 

Enables customized BCC calculation for particular proto- 
cols and translation codes 

*29 BLOCK: mm 

Compare frame to message buffer MM and count bit 
errors 

*30 CLEAR # pp 

Set contents of parameter PP to zero 
*31 CALL -SS 

Program execution continues at step SS after placing the 
number (SS-*- 1) in the register 

•32 RETURN # pp 

Program execution continues at step number contained in 
parameter PP 
•33 OVERLAY # pp 

Invoke transfer function xx. where xx is the contents of 
parameter PP 

A colon (:) indicates that the argument to be specified is a 
message 

A pound sign (#) indicates that the argument to be specified is 
a parameter 

An equal sign ( — ) indicates the value to be specified is to be 
used m the execution of the instruction. 

An arrow ( ►) indicates transfer to another program step 

•Not in 834R01 
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834R03 

Link Test ROM Pack 



This ROM Pack affords an extended set of trans- 
fer functions especially designed for testing Data 
Communication Links, and an extended variety of 
test patterns and lengths for Bit Error Rate 
testing 

834R03 additions to basic 834 
Extra patterns 63, 2047, 1:1, 1:0, 0:1, 3:1. 1:3, 7:1, 
17 

Extra test lengths 10V 10 7 
Alternate block size— 511 bits (V.52). 

Alternate test-bias distortion 
Alternate termination— minutes 
Split baud rates 

Simulation tests 
—Handshake test. 

-Ping-pong test (half and full duplex) 

—Half duplex BERT (V.52 compatible). 

Over and Under baud rate test ± 1, 2.5% 

Block compare simulation instruction. 

Level 3 or higher 834 software required 




834R04 



HDLC/X.25 ROM Pack 

This ROM Pack expands the operational scope of 
the 834 Data Communications Tester to include 
monitoring and simulating HDLC and X.25 packet 
switching networks and their components It pro- 
vides the user with frame-by-frame or packet-by- 
packet analysis of data exchanges and the ability 
to construct HDLC-formatted frames under appli- 
cation control. 

Included in 834R04 are 

HDLC frame analysis and mnemonic summary 
X.25 packet analysis and mnemonic summary 
HDLC frame assembly instruction (PACKFRM) 
Frame parameters available for program-con- 
trolled variations 

Level 5 or higher 834 software required 




Extended Instruction Set ROM Pack 

This ROM Pack is for users with unique applica- 
tion requirements that cannot be fulfilled by the 
standard application programming included in 
other ROM Packs The 834R05 contains the ex- 
tended instruction set and program debug and 
edit functions The remainder of the ROM Pack is 
reserved for user application ROMs 

The 834R05 reserves room for three user ROMs 
Level 4 or higher 834 software required 




834R07 



PARS/IPARS ROM Pack 

This ROM Pack expands the operation of the 834 
Data Communications Tester for testing Pro- 
grammed Airline Reservation Systems 

Included in the ROM Pack are the following 

SABRE Translation 

Reversed Hexidecimal Translation 

Inverted Data Capabilities 

DIRECT POLL which continually sends a GO 
Ahead message and looks for replies after each 
poll 

768 E-Pattern (64 X 12) for terminal alignment 

960 E-Pattern (64 X 15) for terminal alignment 

65 Character Print (64 X 12) "Stairstep" pattern 

RESET TERMINAL - Sends terminal reset com- 
mand (3E HEX) to interchange unit to effect 
erasure of all terminal screens 

TERMINAL ECHO - Polls an interchange and 
when text message is received, echoes that 
message back to the originating terminal 

PRINTER TEST - Tests new line function 



TERMINAL SIMULATION — Responds to Direct 
polls; write, erase/write commands; unsolicited 
message commands 

ASCU SET-UPS - For communicating to Agent 
Set Control Unit Equipment 

Level 4 or higher 834 software required 



ORDERING INFORMATION 
834R01 General Purpose ROM Pack .. $280 



834R02 Bisynchronous ROM Pack $320 

834R03 Link Test ROM Pack $370 

834R04 HDLC/X.25 ROM Pack $450 

834R05 Extended Instruction 

Set ROM Pack $240 

834R07 PARS/IPARS ROM Pack $375 




Additional ROM Packs will become available 
through the year to handle a wide variety of 
applications 
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833 



256 Character Buffer 



Bit Error Rate Testing 
CRC Character Calculation 



String Search 
Easy to Operate 
Portable and Lightweight 



The TEKTRONIX 833 Data Communications Test- 
er is a high-performance, first-line service tool that 
provides the service technician with the means to 
locate problems in a data communications net- 
work The 833 is lightweight (under 5 5 kg/ 12 
pounds), compact, and portable Keypad entry 
and an easy to understand front panel simplify 
learning to use the 833 A string search function 
permits automatic examination of stored data 

833 Data Communications Tester operates on 
RS-232, CCITT V 24, or current loop (option) 
interfaces The 833 can MONITOR the DCE and 
DTE in synchronous, asynchronous, and HDLC 
modes HDLC data streams can be either stan- 
dard or NRZI-encoded The 833 can SIMULATE 
the DCE in synchronous and asynchronous 
modes and can also calculate and verify CRC- 16, 
CCITT-CRC and LRC-8 block check characters. 

For checking modems and phone lines, the 833 
features bit error rate testing capabilities 

ECHO and REPEAT modes are also part of the 
833 s capabilities 

Built in, self diagnostic routines can assure you at 
any time that the 833, like the 834 and 832, is 
operating properly 



833/832 PROM OPTIONS 

The 833/832 user PROM feature gives the firstline 
service force a pre-programmed series of tests. 
This PROM is user-defined for specific applica- 
tions so the 833/832 can be customized to fit 
particular service needs Use this PROM to per- 
form frequently used standard test sequences, 
and then, if necessry, create test sequences 
directly in the 833/832 to make more specific 
tests and further isolate faults. 



Support materials (manuals, user’s guides) and 
video tape training aids are available for all Data 
Communications Testers 

For more information about how Data Communi- 
cations Testers can help you identify problems in 
data communications systems, contact your 
Tektronix Sales Engineer 

In the US. write Tektronix, Inc , U S. Marketing, 
PO Box 1700, Beaverton, OR 97075 In Africa, 
Europe, Middle East write Tektronix Europe B.V 
European Headquarters, Postbox 827, 1180 AV 
Amstelveen, The Netherlands. In Asia, Australia, 
Japan, Central and South America write 
Tektronix, Inc , Export Marketing, P O Box 500, 
Beaverton, OR 97077. 



832 



Low Cost 



256 Character Buffer 



Easy to Operate Key Pad 
Portable and Lightweight 



The TEKTRONIX 832 Data Comm Tester is a 
portable digital service instrument which can be 
used to direct the user to possible problems in 
data communications systems It can monitor, 
analyze, test and trouble-shoot data communica- 
tions interfaces that conform to EIA standard RS- 
232-C, CCITT V.24 or current loop (option). The 
832 operates as a serial data transmission moni- 
tor or as a modem simulator for off-line testing of 
data terminal equipment (DTE). 

In MONITOR mode the 832 reads and selectively 
records DTE data and Data Communications 
Equipment (DCE) data, as well as recording the 
status of key interface lines. 

In SIMULATE mode the 832 simulates the oper- 
ation of a modem The 832 can send a message 
to the DTE and record its response This data can 
be sent directly from the 832 or can be transmit- 
ted upon receipt of an expected trigger from the 
DTE 

ECHO mode is the same as SIMULATE, except 
the 832 sends back to the DTE (echoes) any 
character sent by the DTE. 

In REPEAT mode the 832 can send data repeat- 
edly to the DTE, or the 832 can be programmed 
to repeat the transmission only upon receipt of an 
expected trigger from the DTE. 

In each of these modes, the 832 can operate at 
data rates from 50 to 9600 baud; full or half 
duplex; synchronously or asynchronously; with 
odd, even or no parity; and with characters from 5 
to 8 bits long HDLC and current loop options are 
available 
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833/832 CHARACTERISTICS 

ELECTRICAL 

Data Transmission Timing — Synchronous and 
asynchronous 

Communications Mode — Half- or full-duplex 
Bits Per Character — 5. 6. 7. 8. 9 5 bit/character cannot be 
selected with parity. 9 bit/character, cannot be selected with- 
out parity and available with 833 only. 

Data Transfer Rates — Internal (crystal controlled) — 50. 75. 
110. 134 5. 150. 200. 300. 600. 1200. 1800. 2400. and 4800 
bits per second 9600 bits per second at 8 bits per character, 
half duplex only Accuracy — within 0.5%. External — Deter- 
mined by the DCE or DTE clock 
Panty — Odd. even, or none. 

RTS/CTS Delay, (half-duplex mode only) — Programmable 
from 0 to 255 ms If not programmed, defaults to 200 ms 
Accuracy — Within 1% ±1 ms. 

Trigger — Programmable to require a sequence of 1 . 2. or 3 
characters 

Trigger Position — Location of last trigger character in Re- 
ceive Buffer Post Trig. 000. Center, 127; Pre Trig. 255 

832 ONLY 

Synchronizing Character (SYN), (synchronous mode only) 

— Programmable to require one character, or two equal char- 
acters If not programmed, defaults to ASCII SYN character 
Stop Bits (asynchronous mode only) — Responds to one or 
more Transmits 2 

833 ONLY 

Block Check Characters — CRC-16. CRC-CCITT. LRC 
Synchronizing Character (SYN), (synchronous mode only) 

— Programmable to require one or two characters. If not pro- 
grammed. defaults to ASCII SYN character 

Stop Bits (asynchronous mode only) — Programmable to 1 . 
1 1/2. 2 

Bit Error Rate Block Error Rate Tests — Standard 511 -bit 
pattern stream for 1 000-bit blocks, continuous. 10 5 or 10 6 -bit 
block test, stores bits in error, blocks sent, blocks in error, and 
sync faults 

String Search — Programmable to search for one sequence of 

1. 2 or 3 characters 

Full duplex DTE simulation 

BOTH 832/833 

RS-232 DCE CONNECTOR (J1405) 

Inputs 

Pm 3 Received Data. Pm 5 Clear to Send, Pin 6 Data Set 
Ready. Pm 8 Carrier Detect, Pin 15 Transmission Signal Ele- 
ment Timing (DCE source), Pin 17 Receiver Element Timing 
(DCE source) — 

MARK or OFF 25 V < V in ^ + 0 75 V 
SPACE or ON f 1 .5 V c V in ^ + 25 V 
Input Impedance 3 kw «r,Z in <s7 kit. 

Pm 20 Data Terminal Ready. Pin 24 Transmit Signal Element 
Timing (DTE source) — MARK or OFF 25 V ■ V in • 3 

V SPACE or ON + 3V*£Vin<+25V Input impedance 
with corresponding pin in DTE connector disconnected Pin 20 
Z in > 40 kit Pin 24 Z in 2 * 100 kit. 

Outputs 

Pin 2 Transmitted Data. Pin 4 Request to Send — 

MARK or OFF V out -7.5 V 
SPACE or ON V out 5* +7 5V 
With load impedance R L >3 kit 



Other 

Pm 1 Ground — Connected to pm 1 of DTE connector 
Pin 7 Signal Ground — Connected to instrument ground 
Pins 9 thru 14, 16. 18. 19, 21 thru 23, and 25 — Connected 
through switches (Breakout Panel DIP switches) to their corre- 
sponding pins in the DTE connector 

RS-232 DTE CONNECTOR (J2205) 

Inputs 

Pm 2 Transmitted Data, Pm 4 Request to Send — 

MARK or OFF - 25 V V in < + 0 75 V 
SPACE or ON + 1.5 V >cV in < + 25 V 
Input impedance 3 kit «e Z in ^7 kit. 

Pin 20 Data Terminal Ready, Pin 24 Transmit Signal Element 
Timing (DTE source) — MARK or OFF 25 V in < - 3 
V SPACE or ON: 4 3 V V in ^ + 25 V Input impedance with 
corresponding pin in DCE connector disconnected Z in >100 
kit. 

Outputs 

Pm 3 Received Data, Pm 5 Clear to Send, Pm 6 Data Set 
Ready. Pin 8 Carrier Detect, Pin 15 Transmission Signal Ele- 
ment Timing (DCE source). Pin 17 Receiver Signal Element 
Timing (DCE source) — 

MARK or OFF V out ^ 7 5 V 

SPACE or ON V out > -I 7.5 V 
With load impedance R|_>3kit. 

Other 

Pin 1 Ground — Connected to pm 1 of DCE connector 
Pin 7 Signal Ground — Connected through a switch (Breakout 
Panel DIP switch) to instrument ground 
Pin 9 thru 14, 16, 18, 19, 21 thru 23. and 25 — Connected 
through switches (Breakout Panel DIP switches) to their corre- 
sponding pins in the DCE connector. 

BREAKOUT PANEL 

Probe — 

Space * 3 V - V in •+ 25 V 

Mark 25 V * V in 3 V 

Input Impedance ?50 kit 

Marker — MARK or OFF 25 V «sV in - 3 V 

SPACE or ON ♦ 3 V - V in >r 4 25 V (Schmitt input). 

+ 12 Volt Source — -1 12 V * 1 V (no load) Output imped- 
ance approx 3 kit (each pm) 

DISPLAY 

Buffer Content — 2 hexadecimal digits 7-segment. LED 
displays 

Buffer Location — 3 decimal digits 7-segment LED displays 
Data Source — DCE DTE 2 LED indicators 
Error — Parity. Frame 2 LED indicators 
No Trig, No Syn — 2 LED indicators 

RS-232 Control Lines — DSR. CD. CTS. RTS. DTR. and 

MARKER 6 LED indicators 

Probe — Mark Space 2 LED mdiators 



PHYSICAL CHARACTERISTICS 



Dimensions (approx) 


cm 


in 


Width 


33 


13 


Height 


10 


4 


Length 


31 


12 


Weight 


kg 


lb 


Net 


5 


11 



MEMORY 

Receive buffer is 256 characters and send buffer is 255 charac- 
ters Basic instrument contains in memory a group of 7 sepa- 
rate standard test messages such as ’THE QUICK BROWN 
FOX — ' and the full ACII Alphanumeric set 
There is provision in the 832/833 for installation of user defined 
and programmed EPROMs containing messages specific to 
particular tests A total memory space of 2048 characters is 
available for user specification 

POWER REQUIREMENTS 
Line Voltage Ranges — 

115 V — 90 to 132 V 
230 V — 180 to 250 V 
Line Frequency Range — 48 to 440 Hz 
Power Consumption — % 15 watts 

ENVIRONMENTAL 

Temperature — Operating 0" to 4 50° C ( + 32 to + 122°F). 
Nonoperating 55° to + 75 °C ( 67° to + 167°F). 

Humidity — 5 cycles (120 hrs). 30° to 60° C. 95% relative 
humidity 

Altitude — Operating To 4500 m (15.000 ft) Nonoperating 
To 15.000 m (50.000 ft). 

Vibration — Cycle the vibration frequency from 10 to 55 to 10 
Hz (linear or logarithmic sweep) for a duration of 15 minutes in 
each major axis at a displacement of 0 64 mm (0 025 in) p-p 
Dwell for 10 minutes in each major axis at any resonant 
frequency 

Shock — 50 g s, 1/2 sine. 11 ms duration, three shocks in 
each major axis for a total of 18 shocks 

INCLUDED ACCESSORIES 

Both 832/833 

RS-232 cable assembly (012-0815-00). jumper set (198-4006 
00). power cord ( 161 -0066-00). Y-Connector (012-0893-00) 833 



only 

ORDERING INFORMATION 

832 Data Comm Tester $1995 

INSTRUMENT OPTIONS 

DATASPEED 40 ROM Option 0A Add $210 

IBM 3270 Exercizer ROM Option 0B Add $210 

Current Loop Interface Option 02 Add $300 

High-Level Data Link Control (HDCL) 

Option 03 Add $325 

OPTIONAL ACCESSORIES 

Self Test Adapter — 067-0878-00 $100 

Current Loop Pod Accesory — 015-0361-00 $325 

Carrying Case — 016-0672-00 $70 

ORDERING INFORMATION 

833 Data Comm Tester $2750 

DATASPEED 40 ROM Option 0A Add $210 

IBM 3270 Exercizer ROM Option 0B Add $210 

Current Loop Interface Option 02 Add $300 

OPTIONAL ACCESSORIES 

Self Test Adapter — 067-0878-00 $100 

Current Loop Pod Accessory — 015-0361-00 $325 

Carrying Case — 016-0672-00 $70 
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Tri/ SUMMARY 

I Ll\ DATA COMMUNICATION TESTERS 



830 SERIES Product Line Comparison 





832 


833 


834 


Operation Modes 


Monitor 


Yes 


Yes 


Yes 


DCE simulate 


Yes 


Yes 


Yes 


DTE simulate 


No 


Yes (FDX only) 


Yes 


Bit Error Rate Testing 


No 


511 Pattern 


Multiple Patterns* 


Bias Distortion Test 


No 


No 


Yes* 


Inverted Data Capabilities 


No 


No 


Yes* 


Self Test 


Functional 


Functional 


Functional & Diagnostic 


Maximum Data Transfer Rate 


9 6K baud 


96K baud 


19.2K baud 


Separate Transmit/Receive Rates 


No 


No 


Yes* 


Memory 


Receive buffer (characters) 


256 


256 


2699 


Send buffer (characters) 


255 


255 


3000 


User PROM (characters) 


2048 (data only) 


2048 (data only) 


16K (data or program sequence) 


Receive buffer search 


No 


Yes 


Yes 


Display 


No of characters & type 


3 address + 2 data 


3 address + 2 data 


12 data & 4 scratch pad 


7 segment LED 


7 segment LED 


5x7 matrix flourescent 


Operating Controls 


Operator menu 


No 


No 


Yes 


Programmed sequences 


No 


No 


Yes (manual or from ROM pack) 


Initialization 


Fixed default 


Fixed default 


Fixed default, program 




or manual 


or manual 


initialization, manual 


Programmable timeout 


No 


No 


Yes 


Triggering/Trapping 


Strings 


3 characters 


3 characters 


1-5 characters (non- 
masked) 1-25 characters 
(masked) 


Errors 


No 


No 


Yes 


Events 


No 


No 


Yes 


Error Check 


Parity check 


Yes 


Yes 


Yes 


Frame check 


Yes 


Yes 


Yes 


Block check function 


Generate 


No 


Yes 


Yes 


Check 


No 


Yes 


Yes 


Type 


None 


LRC, CRC, CRC 16. 
CRC-CCITT 


LRC, CRC- 16, 
CRC-CCITT, CCC -6* 


Auto CRC Insertions 


No 


No 


Yes* 


Programmable: 


No 


No 


Yes 


Stored programs 


No 


No 


99 steps(extendable through overlays*) 


Stored messages 


255 characters 


255 characters 


3000 characters 


Recallable keystroke sequences 


No 


No 


Yes 


Counters 


No 


No 


Yes* 


Optional Interfaces 


Current Loop 


Yes 


Yes 


Yes 


RS449 (RS422, RS423) 


No 


No 


Yes 


MIL STD 188C 


No 


No 


Yes 


Codes 


Standard 


Hex 


Hex 


EBCDIC. ASCII. HEX 


Optional* 


None 


None 


Correspondence, Baudot, Sabre, Reverse 
Hex, User Defined 


Data Communications Environments 


Asynchronous 


Monitor/Simulate 


Monitor/Simulate 


Monitor/Simulate 


Bisynchronous 


Monitor/ 

Limited Simulate 


Monitor/ 

Limited Simulate 


Monitor/Simulate 


HDLC/SDLC 


Monitor 


Monitor 


Monitor/Simulate* 


X.25 


No 


No 


Momtor/Siimulate* 


PARS/IPARS 


No 


No 


Monitor/Simulate* 


Net Weight 


11 lb 


11 5 lb 


12 lb 


Price 


$1995 


$2750 


$3990 


•Provided or enhanced with appropriate ROM pack 



34 



TEK 



DIGITAL 

TESTER 



851 



Designed for Digital Field 
Service Applications 

Small and Lightweight 



The 851 Digital Tester is an easy-to-operate first- 
line service tool used to troubleshoot and main- 
tain a wide range of digital equipment 

With this portable digital tester (only. 6 kg. 13 lb), 
a first-line service engineer can make many of the 
same measurements that now require an oscillo- 
scope. DMM, counter, timer, logic probe, ther- 
mometer and special purpose test equipment 

One knob lets you dial 22 functions to perform a 
wide variety of tests and measurements Eleven 
functions measure timing, two register plus and 
minus peak voltages, three carry out DMM mea- 
surements through separate leads and one reads 
line voltage at the outlet. Another function allows 
you to take temperature readings with an optional 
temperature probe The 851 also measures its 
four input thresholds to adjust to the logic levels 
of the equipment being serviced 

All functions are completely autoranging and the 
indicator lights tell you exactly what range is 
being used 

CHARACTERISTICS 

INPUTS 

(ACV. DCV. if) 

Resistance and Capacitance — 10 Mi) ±1% and % 100 pF 
Red to black terminal (Volts only.) 

Max Safe Input Voltage — ±500 V (peak) ACV/DCV (<1 
kHz) 

Resistance 

Ranges — 200 if. 2 ki). 20 ki). 200 ki). 2 MU, 20 MU. and 50 
MU. 

AC VOLTS 

(Average responding RMS calibrated for sinewave.) 

Ranges — 2 V. 20 V. 200 V. and 350 V. 

Accuracy — 

2 V and 20 V 

± 0.5% or reading ±4 counts. 40 Hz to 1 kHz. 

± 2% of reading ± 4 counts. 1 kHz to 25 kHz. 

>9% full scale 
200 V and 350 V 

± 0.5% of reading ± 4 counts. 40 Hz to 1 kHz 
Extended temperature range add ±0.2%. 

DC VOLTS 

Ranges — 2 V. 20 V. 200 V. and 500 V. 

Accuracy — 

2 V. 20 V and 200 V ±0.1% of reading ±3 counts 
500 V ±0.15% of reading ± 3 counts. 

Extended temperature range add ±0.05%. 

LINE VOLTAGE 

Range — 90 to 132 V and 180 to 250 V 
Accuracy — ± 3% of reading 

TEMPERATURE 

Range — 55° to +150°C 

Accuracy — ±2°C (0.01° resolution). Extended temperature 
range add ± 1 °C 

INPUTS 

(3 probes, one for each channel A, B. C.) 

Resistance and Capacitance — 10 Mu and % 12 pF 
Max Safe Input Voltage — ± 500 V at probe tip (<50 kHz). 



POSITIVE AND NEGATIVE 
PEAK VOLTS 

Range — ± 30 V 

Accuracy — ±2% of reading ±3% of p-p signal ±90 mV. 
Max time between recurrent peaks. 25 ms. Peak amplitude 
must be maintained for at least 25 ns. Extended temperature 
range add ± 1% of reading ± 1% of p-p signal ±10 mV. 

FREQUENCY 

Ranges — 100 kHz (1 Hz resolution). 1 MHz. 10 MHz. and 35 
MHz. 

Accuracy — ± 0 005% of reading ± 1 count. 

TIME MEASUREMENTS 

(Period, pulse width, transition time, time interval, and coinci- 
dence time.) 

Ranges — 1 ms (10 ns resolution). 10 ms. 100 ms. 1 s. 
and 10 s. 

Minimum Time Interval — 20 ns. 

Accuracy — ±0 005% of reading ± 1 count ± Trigger Error 

COUNTING 

(Totalize, frequency ratio, events count, and transitions count.) 
Range — 0 to 99.999 

Max Input Frequency — 35 MHz (except 17.5 MHz for transi- 
tion counting) 

Accuracy — ± 1 count. ± A Input event or transition frequen- 
cy multiplied by the Time Interval Trigger Error 

DUTY FACTOR 

Range — 0 to 100%. 

Input Freq Range — 40 Hz to 10 MHz 

Min Pulse Width (HI and LO portions) — 50 ns. 

READOUT 

Type — 5 digits, fully buffered 7 segment. 0.5 in LEDs. 
Polarity Indication — + for positive readings. - for negative 
readings 

Overrange Indication — Display flashes 



POWER REQUIREMENTS 

Line Voltage Range — 90 to 132 V or 180 to 250 V 
Frequency — 48 Hz to 440 Hz 
Power Consumption — 57 watts max 

ENVIRONMENTAL CAPABILITIES 
Ambient Temperature — Operating: +15°C to +40°C. 
Nonoperating: -40°C to + 75°C Extended operating range 
+ 5°C to + 50°C. 

Altitude — Operating to 10.000 ft Nonoperating to 35.000 ft 
Vibration — Operating 15 minutes along each of the 3 major 
axes. 0 06 cm (0.025 in) p-p displacement (4 g s at 55 Hz) 10 to 
55 to 10 Hz in 1 minute cycles. After cycle vibration in each 
axis, hold frequency steady at 55 Hz for 10 minutes. All major 
resonances must be above 55 Hz 

Humidity — To 90% at 30°C Tektronix Test Method #1 90% 
relative humidity at 30 # C for 4 hours. 

Shock — Two shocks at 30 g s. 1/2 sine. 1 1 ms duration, each 
direction along each major axis. Total of 12 shocks. 

EMC — Reference Mil Standard 461A-462 susceptibility as 
specified Conducted emission, relax 10 dB Radiated emis- 
sion. relax 15 dB <100 MHz and relax 25 dB i»l00 MHz 

INCLUDED ACCESSORIES 

Three signal probes (010-0280-00). two DMM probes (012- 
0732-00) 



ORDERING INFORMATION 



851 Digital Tester $2920 

INSTRUMENT OPTION 

Option 01 (with temperature probe) Add $160 

OPTIONAL ACCESSORIES 

Temperature Probe — 010-6430-00 $180 

Rain Jacket — 016-0639-00 $15 





Threshold Levels — Variable (4 controls) range: ± 30 V. seta- 
bility ±10 mV. 

TTL (nominal, in detent (>osition) — Input A LO 0.7 V; HI 

■f 2.1 V, Input B and C + 1.4 V. 

Input Filter (Narrow pulse rejection) — Max input rep rate for 
pulse rejection = 20 MHz 

Range — Off and 50 ns ± 20% to >300 ns. Channel to chan- 
nel delay mismatch: <100% of setting. 



Range Indicators — LEDs show function ranges in U, ki). Ml). 
MHz. kHz. ms. *jS and V. 

Logic State Indicators — Red. yellow, and green LEDs show 
valid and invalid logic state inputs for CH A Red and green 
LEDs show logic states above or below the threshold set for 
CH B and C Any state change indication is sustained 
long enough to be visible 
Threshold Lock Indicator (LO > HI) — Red LED indicates 
when CH A LO and HI thresholds are locked together (LO 
threshold setting is higher than the HI setting). 

PHYSICAL CHARACTERISTICS 



Dimensions (approx) 


cm 


in 


Width 


33 


13 


Height 


31 


12 


Depth 


18 


7 


Weight 


kg 


lb 


Net 


6 


13 



FUNCTION 



«■ m '■*« 
(•)») mho 
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TEK 



SEMICONDUCTOR 
TEST SYSTEMS 



CONTENTS 



S-3275 Automated 

Semiconductor Test System 37 

S-3250 Automated 

Semiconductor Test System 38 

S-3270 Automated 

Semiconductor Test System 39 

S-3280 Automated ECL Test System 40 



Need to test complex 
devices? 

Tektronix has the solution. 

At Tektronix, we've looked to the future to 
see what test problems the new device 
technology will create. Problems like in- 
creased complexity, faster speeds and 
higher pin count are only a few which con- 
tinue to shape the rapidly changing device 
technologies. We've created a complete 
line of automated test systems to be ready 
to solve the problems of today... and 
tomorrow 

The S-3200 Series can solve 
your device testing problems 

Tektronix is ready now to provide the exper- 
tise, people, systems and software to tackle 
your existing test problems as well as the 
future problems you'll encounter. New or un- 
usual device parameters do not present an 
impossible task. The versatility that's built 
into every S-3200 system is based upon 
field proven hardware and software that 
gets the job done. 

Only one software language 
to learn... 

TEKTEST 

Each system uses the same highly ad- 
vanced software. ..TEKTEST. Using 
TEKTEST, the test engineer can easily and 
quickly generate, edit, and debug programs 
for device testing or characterization and 
then transfer these programs from one sys- 
tem to the other. And, using our foreground- 
background capability, up to four users can 




S-3270 



be programming or compiling data in the 
background while testing occurs uninter- 
rupted in the foreground. Also, Terminal 
Control Mode, our powerful debug tool, 
gives the test engineer total control of the 
test problem. Ease of operation simplifies 
testing. And, all the systems feature highly 
sophisticated data reduction and graphics, 
making the test results manageable and 
easily understood 

New devices present new challenges 

New devices such as codecs, linears, and 
the ever-changing digital ICs present contin- 
ual evolving complexity in device testing. 
And, the increasing amount of both analog 
and digital on the same chip continues to 
push technology. Tektronix offers the ana- 
log and digital capability to meet these 



unique test requirements. In fact, captive 
manufacturers of devices buy Tektronix sys- 
tems for this advantage. Tektronix, also a 
captive device manufacturer, has been test- 
ing their own hybrids over the years, and 
this expertise provides an in-depth under- 
standing in device testing. 

At Tektronix, we've built on our past exper- 
ience and knowledge about device testing 
to create a total, compatible line of LSI/VLSI 
test systems that can help solve your test 
problems — now and in the future. 
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S-3275GE3 



TEKTEST 



"Superior 
hardware and 
software to meet 
the challenge of 
LSI/VLSI memory 
device 
technology” 



Independent I/O Control on a Cycle-by-cycle 
Basis at Each Pin 

16 Programmable Driver/compare Phases 

16 Programmable Timing Sets Each Avail- 
able on a Cycle-by-cycle Basis (Split-cycle) 

Full Functional Data (Force, Inhibit, Com- 
pare, Mask) to all Pin Electronics Cards at 20 
MHz Test Speed 

Versatile Driver Formats 

Test Devices with Up to 128 Pins 

Single-shot Timing 

Advanced Graphics and Data Reduction 




Uses TEKTEST III*, a Device-oriented Test 
Language with Networking Capability 



Up to 64 070 Pin Electronics Cards 

Each with: 

Independent I and 0 Pins 
Independent drive and compare levels 
4 k shift register pattern memory 
Dc and 50 if access to I and/or O 
Independent I/O switching control 
16 Phase Clock Generator 
125 ps resolution on clock pulse width and edges 
Cycle period — 500 Hz to 20 MHz in 2 ranges 
Cycles may be generated in a free-running mode or by external 
synchronization to the DUT. and the mode may be switched on 
a cycle-by-cycle basis by the Pattern Controller 
Clock Phases in any given set may be programmed to be al- 
ways on or always off 
Up to 20 MHz maximum clock rate 
Memory Pattern Processor 
Pattern Sequencing 

Utilizes loops, subroutines, and list pointers to control pro- 
gram flow 

Branches on condition and interrupts 
Subroutines and loops with single or multiple pattern vec- 
tors may be nested up to 1 5 deep 
Interrupts from ERROR conditions, a programmed time in- 
terval or CYCLE count, and the system controller may be 
utilized to modify program flow 



Algorithmic Pattern Generator 

Separate, but identical. X and Y address generators — 
each 1 2 bits wide 

Each generator contains a 16 word register file plus 12 bit 
maximum address, minimum address, and base address 
registers 

The address generator output is computed in an ALU. us- 
ing an instruction word as operands 
X and Y addresses may be scrambled by the contents of 
the Topological Memory (12 bits by 4k words) 

The data generator produces 16 FORCE and 16 COM- 
PARE bits 

A control (Z-axis) generator is used to provide forcing data 
for R/W. chip selects, etc. 

Normal stored pattern memory data or APG data may be 
selected each cycle at full clock rate 

Dc Parametric Stimulus System 

Force voltage 0 to ± 100 V in 10 mV increments 
Optional force voltage 0 to ± 1 0 V in 1 mV increments 
6 DUT power supplies with programmable current limit and 
Kelvin sensing 

Force current from 0 to ± 200 mA in 1 increments 

Optional force current ± 1 nA full scale 

Dc Parametric Measurement System 

Differential or single ended voltage measurements 

Measure voltage range from ± 100 mV full scale to ± 100 V full 

scale 

Measure current range from ± 100 nA Full scale to ±450 mA 
full scale 

Optional current measurement range from ± 100 pA to ±100 
nA full scale 

Single-Shot Time Measurement System 

Triggerable to allow functional preconditioning 

Uses functional comparators for strobing and level detection 

50 ps resolution (100 ns range) 

50 ft Switching Matrix 
4 channels standard 

High fidelity analog stimulus path to DUT 

High fidelity analog measurement path from DUT. direct or 

buffered 



Foreground/Background Disk Operating System 

Floating point hardware for calculating speed 

Multi-user environment for program development and data 

analysis 

TEKTEST III high level software language 
Interactive Program Debugging Mode (PDM) 

Terminal Control Mode (TCM) 

Graphics data capability in user programs 

Complete utility program library 

Networking, Operating System Software 

Enables multiple test systems to communicate with a host 

computer, intermediate processor, or among themselves; 

Allows more efficient operation of the test systems due to the 

sharing of resources; and 

Provides error-free transfer of data for storage or processing 

Full User Support Program 

VERDICT system diagnostic and verification package 
RECAL computer guided system recalibration package 
Spares kits for system items and options 
90 days on-site warranty (parts and labor) 

Applications training credits 
Maintenance training credits 
Optional Waveform Digitizer 
2 channels simultaneously digitized 
2 mV per division to 25 V per division 
1 00 ps per division to 500 ms per division 
Triggerable with system clock or external instruments 
Software for signal averaging, pulse analysis. Fast Fourier 
Transform, harmonic distortion, etc. 

Vertical and horizontal internal references 

Optional Instrumentation 

IEEE-488 bus interface 

Digital voltmeters 

Digital counters 

Pulse generators 

Waveform synthesizers 
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S-3250 



"Fast, 
efficient, 
accurate, 
production 
test system.” 

Interfaces with Popular Handlers and 
Probers 



20 MHz Clock Rate 



High Through-put 
Minimum Operator Interface 
Fast Change-over 
Uses TEKTEST III' 



Easy to Program and Edit 

Maximum System Run-time, Since Program- 
ming can Occur During Testing. 




TEKTEST 



Up to 64 D70 Pin Electronics Cards 

Each with 

Independent I and O pins 

Independent drive and compare levels 

4 k shift register pattern memory 

Dc and 50 u access to I and/or 0 

Independent I/O switching control 

7 Phase Clock Generator 

Free running or externally synchronized modes 

1 ns positioning resolution of all edges 
Up to 20 MHz maximum clock rate 
Optional 14 phase clock 

Dc Parametric Stimulus System 
Force voltage 0 to ± 100 V in 10 mV increments 
Optional force voltage - 0 to ± 10 V in 1 mV increments 
6 DUT power supplies with programmable current limit and 
Kelvin sensing 

Force current and 0 to ± 200 mA in 1 *jA increments 
Optional force current ± 1 nA full scale 
50 tt Switching Matrix 

2 channels standard. 4 channels optional 
High fidelity analog stimulus path to DUT 

High fidelity analog measurement path from DUT, direct or 
buffered 

Dc Parametric Measurement System 

Differential or single-ended voltage measurements 

Measure voltage range from ± 100 mV full scale to ± 100 V full 

scale 

Measure current range from ± 100 nA full scale to ±450 mA 
full scale 

Optional current measurement range from ± 100 pA to ±100 
nA full scale 



Foreground/Background Disk Operating System 

Floating point hardware for calculating speed 

Multi-user environment for program development and data 

analysis 

TEKTEST III High level software language 
Interactive Program Debugging Mode (PDM) 

Terminal Control Mode (TCM) 

Graphics data capability in user programs 
Complete utility program library 
Full User Support Program 

VERDICT system diagnostic and verification package 
RECAL computer guided system recalibration package 
Spares kits for system items and options 
90 days on-site warranty (parts and labor) 

Applications training 
Maintenance training 

Optional Single-Shot Time Measurement System 

Triggerable to allow functional preconditioning 

Uses functional comparators for strobing and level detection 

50 ps resolution (100 ns range) 

Optional Pattern Random Access Memory (PRAM) 

1 k or 4 k memory depth 

32 bits control and 64 bits pattern data 

Match mode (start when ready) 

Pattern source selection (S/R or PRAM) on-the-fty 
Loop and subroutine capability for pattern compression 



Optional Instrumentation 

IEEE Bus interface 

Digital voltmeters 

Digital counters 

Pulse generators 

Waveform synthesizers 

Optional Waveform Digitizer 

2 channels simultaneously digitized 

2 mV per division to 25 V per division 

1 00 ps per division to 500 ms per division 

Triggerable with system clock or external instruments 

Software for signal averaging, pulse analysis. Fast 

Fourier Transform, harmonic distortion, etc. 

Vertical and horizontal internal references 
Optional Memory Pattern Generator 

Independent X and Y address generators, up to 12 bits each 
Data generator up to 32 bits 
Algorithmically programmed 

Stores error addresses as test proceeds at clock rate 
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S-3270 



TEKTEST 



"Field proven 
device 

characterization/ 
production 
test system.” 




Uninterrupted Error Storage at 20 MHz 

Multiple Pattern Sources 

Versatile Driver Formats 

14 Programmable Channels of Timing 
Information 

Test Devices with Up to 128 Pins 
Single-shot Timing 

Advanced Graphics and Data Reduction 

Uses TEKTEST III**, a Device-oriented 
Test Language 

Easy to Program and Edit 

True Foreground/ Background Timesharing 



Up to 64 D70 Pin Electronics Cards 

Each with 

Independent I and 0 Pins 

Independent drive and compare levels 

4 k shift register pattern memory 

Dc and 50 it access to I and/or 0 

Independent I/O switching control 

14 Phase Clock Generator 

Free running or externally synchronized modes 

1 ns positioning of all edges 

Up to 20 MHz maximum clock rate 

Pattern Random Access Memory (PRAM) 

1 k memory depth (4 k optional) 

32 bits control and 64 bits pattern data 
Match mode (start when ready) 

Pattern source selection (S/R or PRAM) on-the-fly 

Loop and subroutine capability for pattern compression 

Oc Parametric Stimulus System 

Force voltage 0 to ± 1 00 V in 1 0 mV increments 

Optional force voltage 0 to ± 10 V in 1 mV increments 

6 DUT power supplies with programmable current limit and 

Kelvin sensing 

Force current from 0 to i 200 mA in 1 pA increments 
Optional force current ± 1 nA full scale 



Dc Parametric Measurement System 

Differential or single ended voltage measurements 

Measure voltage range from ± 100 mV full scale to ± 100 V full 

scale 

Measure current range from ± 100 nA full scale to ±450 mA 
full scale 

Optional current measurement range from ± 100 pA to ± 100 
nA full scale 

Single-Shot Time Measurement System 

Trigger able to allow functional preconditioning 

Uses functional comparators for strobing and level detection 

50 ps resolution (100 ns range) 

50 fl Switching Matrix 
4 channels standard 

High fidelity analog stimulus path to DUT 

High fidelity analog measurement path from DUT. direct or 

buffered 

Foreground Background Disk Operating System 

Floating point hardware for calculating speed 

Multi-user environment for program development and data 

analysis 

TEKTEST III high level software language 
Interactive Program Debugging Mode (PDM) 

Terminal Control Mode (TCM) 

Graphics data capability in user programs 
Complete utility program library 



Full User Support Program 

VERDICT system diagnostic and verification package 
RECAL computer guided system recahbration package 
Spares kits for system items and options 
90 days on-site warranty (parts and labor) 

Applications training credits 
Maintenance training credits 
Optional Waveform Digitizer 
2 channels simultaneously digitized 
2 mV per division to 25 V per division 
1 00 ps per division to 500 ms per division 
Triggerable with system dock or external instruments 
Software for signal averaging, pulse analysis. Fast Fourier 
Transform, harmonic distortion, etc. 

Vertical and horizontal internal references 

Optional Memory Pattern Generator 

Independent X and Y address generators, up to 12 bits each 

Data generator up to 32 bits 

Algorithmically programmed 

Stores error addresses as test proceeds at clock rate 

Optional Instrumentation 

IEEE-488 bus interface 

Digital voltmeters 

Digital counters 

Pulse generators 

Waveform synthesizers 
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S-3280 

" Ultra 
high-speed 
logic device 
testing with 
superb 
accuracy.” 

100 k ECL Testing 

Precision Fixturing 

Sub-nanosecond Measurements 

Full Graphics and Data Reduction Package 

High Speed Drivers 

Sampling for Waveform Analysis 

Uses TEKTEST III* 

Simple to Program and Edit 

Tests High Speed Logic 

CML Capability 



TEKTEST 




TYPICAL DRIVER WAVEFORM 




1 ns/div 



Up to 64 D80 Pin Electronics Cards 

Each with 

Sub-nanosecond driver 
High accuracy 50 SI comparators 
Independent drive and compare levels 
4 k local memory pattern 
Dc and 50 SI access to I and/or O 
Independent I/O switching control 

7 Phase Clock Generator 

Free running or externally synchronized modes 

1 ns resolution of all edges 

Up to 20 MHz maximum clock rate 

Pattern Random Access Memory (PRAM) 

1 k memory depth ( 4 k optional) 

32 bits control and 64 bits pattern data 
Match mode (start when ready) 

Pattern source selection (local memory or PRAM) on-the-fly 
Loop and subroutine capability for pattern compression 



Dc Parametric Stimulus System 

Force voltage from 0 V to ± 40 V in 10 mV steps 
Force voltage from 0 V to ± 10 V in 1 mV steps 
6 DUT high resolution power supplies with programmable cur- 
rent limit and Kelvin sensing 
Force current 0 A to ± 200 mA in 1 steps 
Optional CF-1 force current from 0 A to 200 #iA. 0.05% 
resolution 

Dc Parametric Measurement System 

Differential or single ended voltage measurements 

Measure voltage range from ± 200 mV full scale to ± 40 V full 

scale 

Measure current range from ± 100 nA full scale to ±450 mA 
full scale 

Optional current measurement range from ± 1 00 pA to ±100 
nA full scale 

Single-Shot Time Measurement System 

Triggerable to allow functional preconditioning 

Uses functional comparators for strobing and level detection 

50 ps resolution (100 ns range) 

50 0 Switching Matrix 

2 channels for external access to/from each DUT pin under 

programmable control 

High fidelity analog stimulus path to DUT 

High fidelity analog measurement path from DUT 

Foreground/Background Disk Operating System 

TEKTEST III high level software language 

Multi-user environment for program development and data 

analysis 

Interactive Program Debugging Mode (PDM) 

Terminal Control Mode (TCM) 

Floating point hardware for calculating speed 
Graphics data capability in user programs 
Complete utility program library 



Full User Support Program 

VERDICT system diagnostic verification package 
RECAL computer guided system recalibration package 
Spares parts kits available for system items and options 
90 days on-site warranty (parts and labor) 

Applications training 
Maintenance training 

Optional Waveform Digitizer 

2 channels simultaneously digitized 
2 mV per division to 200 mV per division 
1 00 ps per division to 500 ms per division 
Triggerable from system clock or external instruments 
Software for signal averaging, pulse analysis. Fast Fourier 
Transform (F FT), harmonic distortion, etc. 

Vertical and horizontal internal references 

Optional Memory Pattern Generator 

Independent X and Y address generators, up to 12 bits each 
Data generator up to 32 bits 
Algorithmically programmed 

Stores error addresses as test proceeds at clock rate 

Optional Instrumentation 

IEEE-488 bus interface Pulse generators 

Digital voltmeters Waveform synthesizers 

Digital counters 

100 k Series ECL Fixturing 

Accurate measurements on 1 00 k ECL devices 

Standard ECL Fixturing 

Individually wired for specific device type 

Accepts Zero Insertion Force (ZIF) sockets 

Optional 50 0 Prober Interface 

Accurate measurement on ECL devices at wafer level 

50 il impedance maintained up to prober pins 

Optional Current Mode Logic (CML) Test Capability 
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Graphics 



Training & Support 





The language of these systems is TEKTEST III It's 
a device-oriented language, and is easy to read 
and understand since it's very close to English 
The architecture of the system was designed so 
that programming, editing and debugging all use 
TEKTEST III. When making corrections in a pro- 
gram, there is no need to use a "bridge" language 
between the source language and the machine 
language Everything is written in TEKTEST III 
This capability, which we call Terminal Control 
Mode, gives the test engineer total control of the 
program When editing a program during the test, 
the test engineer can hold power to the device, 
make the change, and continue the test. There's 
no need to re sequence the program And, since 
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When you purchase your S-3200 system, we'll 
tram your test engineers for you We ll give you 
plenty of documentation to give your engineers 
continuous support We ll show them how to get 
the most out of this advanced software system, 
and we ll show them how to save time on the 
system When future testing problems get really 
tough— and they will— you'll have engineers who 
know how to cut your test time by using the 
S 3200 systems 

Tektronix offers basic and advanced training classes in both 
programming and maintenance of the S-3200 Series of Semi- 
conductor Test Systems For further training information, con- 
tact your local Sales Office or request a copy of the Tektronix 
Customer Training Catalog on the return card 



the systems also feature true foreground/back- 
gound timesharing, up to four test engineers can 
be using terminals that can be interfaced to the 
system, and the system will continue to test 
devices without any through-put loss. Terminal 
Control Mode and true foreground/background 
make the S-3200s simple and fast to program and 
edit 

The more complex a device, the more information 
you need about that device But with complexity 
can come confusion unless your test system 
makes the picture clearer 

The S-3200 Series systems provides you with the 
graphics capability to reduce testing data to 
manageable, usable form 
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Serious 

about reliability? 

Then you need 
to know about 
Tektronix 
test systems. 




At Tektronix, new product designers team up with 
specialists in 1C technology and testing known as 
Component Evaluation Engineers Using their 
combined expertise, the team compiles informa- 
tion on the devices that seem to fit the applica- 
tion and then narrow the list to a few good 
candidates Now, Component Evaluation Engi- 
neers begin their most important function, thor- 
oughly evaluating the performance and reliability 
of each candidate device 

The evaluation process begins by investigating 
those device parameters and functions most 
critical to the intended application This some- 
times leads to a complete device characteriza- 
tion. a process that requires exhaustive testing 



When an 1C is characterized, every measurable 
parameter and function is tested, actual limits of 
performance are determined, and then device 
behaviour is documented for all the various sets 
of input conditions in all their combinations and 
permutations That's a lot of testing and it can 
quickly build mountains of test data A system 
that performs accurate and reliable tests is not 
enough The Component Evaluation Engineer 
must also have the tools to reduce the data mass 
into a usable form For device characterization, 
the engineer needs a combination general pur- 
pose 1C test system and a data processing 
system — a totally integrated package that both 
acquires and processes test and measurement 
data 

Tektronix Component Evaluation Engineers find 
all the qualities described above in TEKTRONIX 
S-3200 Series semiconductor test systems These 
systems are used for device characterization, 
field failure analysis. 1C process evaluation, and 
incoming inspection. 

Tektronix LSI/VLSI test systems are used by the 
world's leading telecommunications companies, 
aerospace contractors, computer manufacturers, 
semiconductor manufacturers, and by the mili- 
tary Serious about reliability? Then you should 
know about Tektronix test systems 



For more information about the S-3200 
semiconductor test systems, contact the Test 
Systems Specialists located in the following 
offices 

Portland. OR 

Los Angeles. CA 

Boston, MA 

Philadelphia, PA 

Woodbridge. NJ 

St Paul. MN 

Tektronix U K.. Ltd 
Harpenden. England 

Tektronix 
Orsay. France 

Tektronix AB 
Solna. Sweden 

Tektronix Holland N ,V 
Badhoevedorp. The Netherlands 

Tektronix GmbH 
Koln, Germany 

Tektronix SpA 
Milano. Italy 

Tektronix International A.G 
Zug, Switzerland 



Sony/Tektronix Corporation 
Tokyo. Japan 

Tektronix Canada Inc. 
Montreal. Canada 

Tektronix Europe B V. 
Amstelveen, The Netherlands 
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CONTENTS 



Intro to Logic Analysis 
DAS Products 
308 Data Analyzer 
7D02 Logic Analyzer 
Personality Modules 
7D01 Logic Analyzer 
Logic Analyzer Accessories 



DAS 9100 
Digital Analysis 

132 state-of-the-art logic analyzers in 
one. Now you can have a single logic anal- 
ysis system that is configurable, affordable 
and easy-to-use. The new DAS 9100 con- 
tains your selected configuration of acquisi- 
tion and pattern generation modules, allow- 
ing you up to 104 input channels, up to 80 
pattern generation channels, up to 330 
MHz synchronous acquisition and up to 660 
MHz asynchronous acquisition! 

Tektronix logic analyzers provide you with 
the unprecedented speed and versatity of 
the DAS 9100, the microprocessor analysis 
capability of the 7D02 and a combination of 
features in the portable 308 Data Analyzer. 
You’ll find that a Tektronix logic analyzer 
can save you time and money. 

Companion instruments include the 7D11 
Digital Delay for 7000 Series Oscilloscopes 
(page 195), the DD 501 Digital Delay and 
WR 501 Word Recognizer for TM 500 Se- 
ries (page 267), and the A6701 18 Bit Word 
Recognizer (page 348). 
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From 

Circuit 

Under 

Test 




Figure 1 Logic Analyzer Block Diagram 

Tektronix offers a broad range of logic analyzers, 
for use in design, manufacturing and service This 
section of the catalog includes descriptions of 
these products and appropriate accessories 

Although the products differ somewhat, depend- 
ing upon the specific applications for which they 
were designed, there are some basic architectur- 
al components of logic analysis described below 

Also we have provided a selection guide to help 
you locate the best set of features for your 
specific application 

WHY LOGIC ANALYZERS? 

As electronic designers have moved from primar- 
ily analog designs to circuit designs with many 
digital signals, the requirements for test and 
measurement equipment have also changed For 
digital circuits the logic analyzer has assumed a 
role similar to that of the oscilloscope for analog 
circuits Like the scope it is a highly flexible 
instrument which can be connected to many 
different circuit points relatively easily, and it 
provides a clear visual display for the user 

Logic analyzers come in a variety of sizes and 
shapes to fulfill different requirements There are 
portable, light-weight logic analyzers for field 
service and larger, more versatile benchtop units 
for use in laboratories and manufacturing areas 

The logic analyzer is continuing to evolve as new 
applications are identified and new features are 
required As you can see from reviewing the 
Tektronix logic analyzer descriptions, we are com- 
mitted to providing you outstanding value in the 
form of performance today and flexibility for the 
future 



ARCHITECTURE OF LOGIC ANALYZERS 

Now let’s look at the basic parts of a logic 
analyzer, as shown in figure 1 There are six main 
sections in conventional analyzers: input, real- 
time preprocessing, memory, clocking and trig- 
gering. display, and control In the new DAS 9100 
Tektronix has introduced a seventh basic section: 
pattern generation. Let’s consider the require- 
ments of each section 

Input 

Today logic analyzers have from 8 to more than 
100 parallel inputs. Typically the inputs are 
grouped in 8 or 16 channels per probe The 
threshold voltage for the inputs is variable to 
allow for the wide variety of logic devices avail- 
able Each pod also includes an external clock 
input and/or a qualifier input, as well as ground 
reference lines 

Because of the special needs for various signal 
types, a variety of probe and accessory hardware 
has been developed For very high speed signals, 
short leads are connected to hybrid input circuits 
for maximum signal fidelity. To analyze complex 
parts such as microprocessors, personality mod- 
ules monitor the device and decode the binary 
patterns into meaningful mnemonics 



Real-Time Preprocessing 

Because of the large amount of data in a digital 
system it is often necessary to preprocess the 
data Clock qualification is the process of sorting 
data in real time based on the state of a control 
signal Clock qualification sorts the data accord- 
ing to the time relationships to other bus signals. 
Data qualification is the process of sorting the 
data in real time based on the content of the 
data Clock and data qualification increase the 
effective size of the acquisition memory and 
reduce analysis time Personality modules often 
contain hardware to synthesize clocks, predict 
instruction fetches and decode control lines as 
well 

Memory 

Logic analyzers may have two separate memo- 
ries The acquisition memory stores the data 
acquired from the circuit under test Data is 
acquired and loaded into memory continuously, 
writing over previous data until a trigger event 
terminates the acquisition 

Reference memory is used to store a pattern for 
comparison Such a pattern could either be ac- 
quired from a circuit operating properly or from an 
off-line source such as a simulator. When the 
contents of the acquisition memory are compared 
with the contents of reference memory, the differ- 
ences are highlighted to enable the operator to 
see the errors easily 
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Clocking And Triggering 

The clocking and triggering area contains word 
recognizers and qualifiers which define the trig- 
ger event The trigger event stops the data ac- 
quisition and serves as a reference point in the 
acquired data This part of the analyzer also con- 
tains circuitry to clock the data acquisition In 
logic analyzer terminology there are two modes 
of clocking synchronous and asynchronous In 
synchronous mode the analyzer is clocked from 
the circuit under test Since in most digital sys- 
tems today events in the circuit are driven by a 
system clock, the logic analyzer must also be 
able to use the system clock in order to know 
when to detect events In asynchronous mode 
the analyzer clock is provided by the analyzer, 
so there is no synchronization (except the trigger 
event) with the circuit under test Asynchronous 
clocking allows the logic analyzer to sample the 
data at faster rates than the system data rate 
and thereby provide time resolution of events oc- 
curring faster than the system clock rate Syn- 
chronous clocking is usually used for watching 
state flow related to software Asynchronous 
clocking is usually used to acquire hardware tim- 
ing information. 

There are four types of word recognition: simple, 
sequential, nested, and non-sequential. 

Simple word recognition is the ability to recog- 
nize a single event defined by a word made up 
of selected input channels. For example, a 64 
channel logic analyzer can have a word 
recognizer register of up to 64 bits which de- 
scribe an event 

Sequential word recognition is the natural exten- 
sion of simple word recognition Simple events 
are combined sequentially to define a compound 
event For example, if you expect events A, B, 
and C to occur in that order, you can set the 
trigger to look for a valid output from word 
recognizer A, followed by a valid output from 
word recognizer B. followed by a valid output 
from word recognizer C to trigger and end the 
acquisition The trigger will occur only after all 3 
events have occurred in the proper order 

Nested word recognition introduces the ability to 
monitor conditional branching For example, 
event A might occur, followed by event B, fol- 
lowed by either event C or event D Program 
flow might often include events A and B, with 
the choice between C and D determining the 
next sequence of events The branching must 
be monitored, since the flow of the program de- 
pends on it. 

Non sequential word recognition is similar to se- 
quential and nested word recognition except 
that the trigger can follow a software algorithm 
where the next event depends upon the result of 
a test For example, a command parsing algo- 
rithm is non sequential 

Event counters and delay timers increase the 
versatility of the logic analyzer trigger An event 
counter counts the number of occurrences of an 
event Using the event counter, you instruct the 
logic analyzer to trigger only after the nth occur- 
rence of the event A delay timer works similarly, 
except that the trigger is delayed a given length 
of time rather than waiting for the nth event 



Trigger arming allows a logic analyzer to acquire 
data based on two different clocks One section 
of the analyzer monitors data lines at the system 
clock rate until a trigger event is found It then 
arms another section of the analyzer running at a 
high asynchronous clock rate to allow it to trig- 
ger and acquire high speed timing information 
The event which triggers it could be a trigger 
event detected independently or it could be a 
programmed delay from the arming signal, or a 
combination of both 

An example of arming is when you want to inves- 
tigate high speed hardware phenomena such as 
control pulses to a microprocessor but you want 
to monitor address lines to determine when to 
investigate the control lines When the analyzer 
section monitoring the address lines at slower 
speed finds the proper trigger event, it enables 
the other analyzer section running at higher 
speed to take a high-resoolution look at the con- 
trol lines Note that the analyzer section monitor 
ing the address lines must be clocked synchro- 
nously, while the other section is clocked 
asynchronously 

Display 

If you think for a moment about how much data 
you can acquire with a logic analyzer, you will 
quickly realize that it is extremely important to 
manipulate and display the data carefully to be 
able to find the significant points quickly and reli- 
ably Tektronix logic analyzers give you consider- 
able flexibility, so that you can see the data you 
need the way you want to see it 

There are three basic types of output display: 
timing diagram, state table, and mnemonic dis- 
assembly For the timing diagram the data 
stored in memory are used to construct a multi- 
trace waveform drawing which looks a lot like a 
multi-channel display on an oscilloscope The 
timing diagram is usually the preferred method 
to observe data acquired asynchronously at high 
speeds It helps the user locate hardware faults 

The state table allows the user to observe data 
describing the state of the circuit under test in 
tabular form. It is the preferred output for data 
acquired synchronously. The data is much more 
readable if it can be grouped into fields and dis- 
played in octal or hexadecimal format, as well as 
in binary Also the ability to group the data in 
fields relating to the circuit under test rather than 
to the logic analyzer probes makes it easier to 
understand what is really happening 

Mnemonic disassembly allows the user to ob- 
serve the data in the state table in much more 
readable form. For example, it is much easier to 
understand the event flow of a microprocessor 
when the instruction codes are shown rather 
than the numerical machine code That is also 
true for messages in a character code such as 
ASCII and for transactions on a bus such as the 
GPIB Some mnemonic disassembly tables may 
be built into the hardware of the logic analyzer 
as you purchase it, but it is also helpful if you 
can define your own mnemonics 



Instrument Control 

As you can appreciate from the descriptions 
above, the logic analyzer offers you great flexibil- 
ity To use this flexibility you must set up the in- 
strument to acquire data in the manner you de- 
sire and you must be able to display it the way 
you want To do all this with conventional knobs 
and switches would be very cumbersome So 
Tektronix has provided the ability to deal with 
each logic analyzer in the optimum way for the 
application Since the 7D01 is intended for hard- 
ware oriented people, it looks more like a hard- 
ware controlled box The 7D02 programming is 
optimized to allow you to follow the program flow 
of a microprocessor Through extensive use of 
menus the DAS 9100 allows you to specify a 
large number of parameters quickly and easily 
The 308 is four instruments in one, compact in 
size, useful in both design and service 

An important aspect of control of logic analyzers 
is the interface to external controllers and 
peripherals The user of instrumentation can 
save significant time as intelligent instruments 
talk to each other to speed up the testing pro- 
cess Also, the ability to work with controllers al- 
lows the same instrument to be used in both de- 
sign and manufacturing 

Pattern Generation 

The traditional logic analyzer observes the circuit 
under test Obviously, to observe the circuit and 
acquire meaningful data, something meaningful 
must be happening at the circuit In the past the 
user has had to set up a separate stimulus in- 
strument to drive the circuit in some known way 
in order to collect meaningful data Often a lot of 
effort and time is expended in developing a suit- 
able fixture This is true especially during the ear- 
ly stages of design when the circuit to be tested 
cannot be tested in the environment of other 
known good circuitry 

The DAS 9100 is the first logic analyzer to have 
both stimulation and observation capability in the 
same instrument It saves significant time for the 
designer, since he can set up a program to stim- 
ulate his circuit in the same way that he sets up 
the rest of the logic analyzer - with prompted 
menus Since the pattern generator allows 
algorithmic generation of data, a relatively short 
program can create a much larger sequence of 
data to drive the circuit under test The pattern 
generator can be programmed to behave like 
the environment in which the circuit is to be 
used, so that the designer can test parts of a 
circuit design before all the prototypes are 
ready 

In addition, the tests created for the pattern gen- 
erator can ultimately form the basis for evalua- 
tion and manufacturing tests The pattern gener- 
ator stimulates the circuit under test, the data is 
acquired in the acquisition memory and then 
compared to the contents of the reference mem- 
ory to identify errors 
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LOGIC ANALYZER SELECTION GUIDE 


















The guide which follows helps you to locate 
which Tektronix logic analyzers are best suited 
to your specific needs for applications and fea- 
tures Since the guide is only a summary of the 
most salient points, you will find more information 
in the product descriptions which follow Or call 
your Tektronix representative for assistance 
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APPLICATION/FEATURE 


308 


7D02 


9101 


9102 


9103 


9104 


9109 


yri 

DL2 


Bus Measurements: 


Triqqer on simple proqram execution 


X 


X 


X 


X 


X 


X 


X 
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Trigger on complex program execution 




X 




X 


X 


X 


X 




Measure execution time interval and state count 




X 














Data qualification 




X 














Stimulate bus transfers 










X 
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Relate program execution to data 




X 




X 


X 


X 
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Relate proqram execution to asynchronous control 




X 




X 


X 


X 


X 




Analyze serial data transfers/communications interface 


X 
















Simultaneous state & timing 




X 






X 


X 


~ X - 




Time aligned state & timing 










X 


X 


X 




Analyze asynchronous timing and glitches 


X 


X 


X 




X 


~y~ 


X 


X 


Microprocessor mnemonics 




X 




X 


X 


X 


X 




User defined mnemonics 






X 


X 


X 


X 


X 




Analyze GPIB transactions 






X 


X 


X 


X 


X 


X 


Stimulation Capabilities: 


















Pattern compression 








X 


X 


X 


X 




Synchronous clock output 








X 


X 


X 


X 




Programmable strobe outputs 








X 


X 


X 


~TC~ 




External control lines 








X 


~T~ 


— X - 


X 




Tri-state capability 








X 


X 


X 


X 




Level swings selectable by pod 








X 


X 


5 r~ 


X 




Service: 


















On-site 


X 
















Depot level 


X 




X 


X 


X 


X 


X 





Remote control X" 



Hardware Debugging: 



Glitch capture 




X 


X 




X 


X 


X 


X 


Glitch triggering 




X 


X 




X 


X 


X 




Synchronous acquisition speed 


20 MHz 


10 MHz 


100 MHz 


25 MHz 


100 MHz 


100 MHz 


25 MHz 
100 MHz 
330 MHz 


50 MHz 


Asynchronous acquisition speed 


20 MHz 

i 


50 MHz 


100 MHz 


25 MHz 


100 MHz 


100 MHz 


25 MHz 
100 MHz 
330 MHz 
660 MHz 


100 MHz 


1 5 ns timing resolution 














X 




Simultaneous state & timing acquisition with time alignment 










X 


X 


X 




Test fixture elimination 








X 


X 


X 


X 




System Capabilities: 

Mass storage 












X 


X 




Programmable via RS-232C 














X 




Programmable via GPIB 














X 




Display hard copy 






X 


X 


X 


X 


X 




Trigger output 


X 


X 




X 


X 


X 


X 


X 


Trigger input 


X 


X 




X 


X 


X 


X 


X 


Modular and expandable 






X 


X 


X 


X 


X 


X 


7000 Series compatible 




X 












X 
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DAS 9100 Data Analysis System 

Up to 104 Acquisition Channels 

Synchronous Acquisition to 330 MHz 

Asynchronous Acquisition to 660 MHz 

Up to 80 Channels of Pattern Generation to 
25 MHz 



An Architecture for Future Growth 



Easy to Learn and Easy to Use 
Affordable 



The digital evolution, especially microprocessor 
technology, has touched every facet of electronic 
instrumentation Bus structures have become 
wider, faster, and more complex. This has led to 
an increase in total hardware and software de- 
sign complexity These events created a need for 
a new state-of-the-art general purpose logic ana- 
lyzer The DAS 9100 is that logic analyzer Its 
configurable capabilities allow for data acquisi- 
tion, stimulation and remote control to provide 
optimum performance in a broad range of test 
situations 

For high speed data acquisitions, the DAS 9100 
provides clock rates to 330 MHz synchronous and 
660 MHz asychronous Also, data storage can be 
up to 4096 bits per channel to capture the data 
you want 

To accommodate wider, more complex bus appli- 
cations. the DAS 9100 provides up to 104 chan- 
nels of data acquisition. Also, glitch capture, split 
clocking, up to 7 clock qualifiers, and multiple 
levels of sequential triggering help you pinpoint 
problem areas in your system For extra difficult 
problems, the trigger arms mode provides the 
capability to look at address/data bus transac- 
tions and asynchronous handshaking events si- 
multaneously And, the DAS 9100 goes one step 
further by displaying the data time aligned in both 
timing and state table displays 

If you re doing prototype debugging, the DAS 
9100 lets you define your own mnemonic labels 
for monitoring data flow With pattern generation 
you can stimulate the prototype with a known 
pattern up to 80 channels width plus 
programmable strobes, and truly analyze the 
results 

And, best of all it's easy to use A straight forward 
menu-driven user interface let’s you concentrate 
on solving your problem, not on learning how to 
operate the DAS 9100 

DAS 9100 — A New Concept in Logic 
Analysis 

Modularity is the key to the DAS 9100 The 
mainframe accommodates plug-in card modules, 
chosen by you according to your specific needs 
In all, you’ve got over 132 modular combinations 
with which to work 

Four data acquisition card modules combine to 
offer asynchronous acquisition speeds up to 660 
MHz and synchronous acquisition speeds up to 
330 MHz Timing resolution down to an unprec- 
edented 1 5 ns And. data widths from 8 channels 
at 660 MHz, to 104 channels at 25 MHz 




DATA ACQUISITION MODULES 



91A04 & 91AE04” 



Characteristics 


•91A32 


91A08 


Full Channel 
Mode 


High Resolution 
Mode 


Number of 
Channels Per 
Module 


32 


8 


4 


2 


Resolution/ 
Sample Freq 


40 ns/25 MHz 


10 ns/100 MHz 


3 ns/330 MHz 


1.5 ns/660 MHz 


Modules Per 
System 


3 


4 


1 91A04 
3 91AE04 


1 91A04 
3 91AE04 


Channels Per 
System 


96 


32 


16 


8 


Memory Depth 


512 


512 


2048 


4096 


Triggering 


*-nA— B*C 


1 level plus arms mode 


Multiple Clocks 


3 


With 91A32 


Synchronous 


VES 


YES 


YES 


NO 


Asynchronous 


YES 


Glitch Triggering 


NO 


YES 


3 ns resolution 


1 5 nanosecond resolution 


Qualifiers Per 
Board 


2 


1 


0 


Set-up Times 
Hold Times 


29 ns/0 ns 


9 ns/0 ns 




2 ns/0 ns 


Number of Probes 


4 




1 





'Data and clock thresholds selected independently. 

"The 91 A04 is a master card, channel expansion requires one or more 91 AE04 s. 
*"n occurrences of A followed by B, reset on C. 



Table I summarizes the characteristics of Data Acquisition Modules 



47 



TEK 



LOGIC 

ANALYZERS 



wmmm nknu selection mmmmm 

CHAJMMl WU' 

mr Mr ocw 

J JO 

■ i ■ 



JJU 

oouot am*T mmd 

JJU 

u 



Ttektronix DAS 9100 SERIES SKS* SYSTEM 




R OATA ENTRY i 



i^i* Q* 

Lj u 0® 

0" 0‘ 0' 

yiyi 

uh^puh^p 

F^j" hi 




<U Lvj> 



Figure /. The layout of the DAS 9100 keyboard makes it easy to learn and easy to use. 



DAS 9100 — 

Select YOUR 
Configuration 

The DAS 9100 has four different data acquisition 
modules Each has its own data width and maxi- 
mum speed 32 channels at 25 MHz, 8 channels 
at 100 MHz with glitch memory; 4 channels at 330 
MHz or two channels at 660 MHz Modules can 
be combined to give you the logic analyzer you 
need 

Need high speed performance 9 One module can 
track your system clock (synchronously) at 
speeds to 330 MHz or provide asynchronous 
sampling to 660 MHz The eight channel module 
provides both synchronous and asynchronous 
sampling at 100 MHz And the 32 channel module 
can be used to arm the trigger on those modules 
with higher acquisition rates 

To back it all up, there’s powerful triggering, clock 
and trigger qualification, programmable reference 
memory and multiple clocks There is glitch trig- 
gering, with a separate glitch memory for 
unambiguous glitch detection and our unique, 
new "arms mode" which allows precise timing 
correlation between synchronous and asynchro- 
nous data 

Arms mode allows the DAS 9100 to capture 
synchronous and asynchronous data simulta- 
neously and the data are displayed in the correct 
time relationship for easy analysis in either Tim- 
ing or State display mode To obtain the data 
width and speed your application requires, simply 
select the appropriate combination of modules 
and add on later as your needs change 



For operator convenience, there is a mnemonics 
menu which permits definition of up to 256 sepa- 
rate mnemonics These can be assigned to a 
particular group of data channels for display 
formatting (all 256) or spread over 16 different 
groups The mnemonics display for each group 
can be turned on or off as desired The assigned 
mnemonic can be up to 10 characters in length A 
trailing words feature allows you to specify that 
mnemonic disassembly is to be skipped on a 
certain word or group of words, up to nine 

At last, you can have the tool that covers your 
digital system debugging needs By combining 
pattern generation and data acquisition modules, 
you can stimulate your prototype while simulta- 
neously analyzing its operation; allowing you to 
enter a whole new dimension of design analysis 
and verification 

Pattern generation makes it possible to start 
debugging hardware before your software, or 
even all of your hardware, is available 

Pattern generation capability is built around a 16 
channel, 25 MHz controller module Through addi- 
tional expansion modules, you can increase the 
total up to 48 or 80 channels while maintaining full 
system speed The pattern generator allows inter- 
action with the prototype through clock outputs, 
data strobes, an external clock, and external 
control inputs, including an interrupt line And. the 
pattern generated can even be changed, based 
on the data acquired by the logic analyzer, 
through the external control lines 



Table II summarizes capabilities of the two Pat- 
tern Generator Modules 

TABLE II. PATTERN GENERATOR SUMMARY 



Characteristics 


ranern 

Generator 

91P16 

(Controller) 


Modules 

91P32 


Modules 
Per System 


1 


2 


Channels 
Per Module 


16 


32 


Strobes 
Per Module 


2 


4 


Clock 

Frequency 


25 MHz 


25 MHz 


Number of 
Probes 


2 


4 


per Modules 


8 Channels/ 


8 Channels/ 




Probe 


Probe 


Number of 
Program Steps 


254 


254 



Maximum Number of Channels is 80 



For you to make good use of an instrument, it 
needs to be easy to use The logical grouping of 
the keyboard on the DAS 9100 simplifies the op- 
erator's task considerably (figure 1) The Menu 
Selection and Pattern Generator keys are used 
for setting up a specific task The Data Entry keys 
are used to enter values The operator uses the 
Editing, Cursor and Scroll keys to interact with the 
display The System Control keys allow control of 
overall system operation 

The DAS 9100 also offers you powerful I/O op- 
tions, including a built-in magnetic tape cartridge 
drive (option 01) to create files of instrument set 
ups, pattern sequences, mnemonics and refer- 
ence memory The Option 02 RS-232 and GPIB 
interface offers complete remote 
programmability And, a hard copy interface is 
also included 
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DAS 9100 — High-Speed Timing Analysis 

The trigger specification menu (figure 1) lets you 
choose either synchronous or asynchronous tim- 
ing acquisition Normally, you will be using asyn- 
chronous sampling to see control signal oper- 
ations (handshaking, interrupts, read/write) which 
do not occur synchronously with the same edge 
of the master clock For tracing timing bugs, the 
DAS 9100 combines flexible triggering with glitch 
triggering to capture and display rapidly changing 
data 



T*1U» SPECIFICATION KH ?IM OKY 




pane KD6C 

STOW ONLY ir c M 



Figure 2. Trigger Specification menu 



For high-speed timing, your mode would be 
91 A08 only or 91A04 only. This parameter sets up 
the DAS 9100 for acquiring data only with 91A08 
or 91A04 modules. Parameters are selected via 
the trigger spec menu. 



A typical example (figure 2) is for 100 MHz 
sampling on 16 channels of data using the two 
91A08 modules plugged into mainframe slots 5 
and 6 The glitch trigger is enabled and the 
sample rate is set to 10 ns using the internal 
clock The trigger event is shown and the desired 
trigger position is centered to view data on both 
sides of the trigger event The qualifiers, "store 
only if", are all set to X (don’t care.) Also, the 
threshold is set for TTL on both modules. 
Hexadecimal radix is selected for state table 
viewing 



When the trigger event is recognized, acquisition 
is completed and the data recorded in memory is 
displayed 

In the timing diagram display (figure 3) the infor- 
mation can be easily analyzed The channels are 
labeled for convenient identification and the trig- 
ger event is displayed at the top and highlighted 
in the display by the vertical line labeled E The 
glitches display is ON and the glitches are pre- 
sented. If there is any concern about differentiat- 
ing glitch from data, simply turn the glitch field to 
OFF to remove glitches. Also, the cursor location 
(labeled Cl) is displayed at the top of the screen 




Figure 3. Timing diagram with glitches 

The 91A08 module samples up to 100 MHz and 
uses glitch triggering to capture narrow pulses. 

The 91A04/91AE04 module is a high speed mod- 
ule that samples synchronously to 330 MHz and 
asynchronously to 660 MHz By using the 
91A04/91AE04 module, you can view "glitches" 
with 1.5 ns resolution and truly analyze where 
those errant pulses originated. 

As a timing analyzer, the DAS 9100 is 
unsurpassed in performance You can label all 
sixteen timing channels with signal names of your 
choice, thereby taking the guesswork out of data 
identification. Data resolution can be selected 
from 40 ns to an unprecedented 1.5 ns to help 
you isolate very high-speed digital transactions on 
synchronous and asynchronous data lines. 



DAS 9100 — Bus Analysis 

When the DAS 9100 is used to analyze a bus 
structure, the synchronous mode will normally be 
used The 91A32 module with 32 channels and up 
to a 25 MHz sample rate, is ideal for bus analysis 
If 91A08 or 91 ACM modules, which are ideal for 
asynchronous acquisition, are added, the DAS 
9100 will provide synchronous and asynchronous 
data acquisition simultaneously to uncover asyn- 
chronous faults while monitoring synchronous ex- 
ecution (Arms Mode) The data are then dis- 
played in a time correlated format for easy 
analysis 



When looking at data/address bus transactions, it 
is convenient to be able to group channels to 
allow for display formatting of acquired data 




Figure 4. Channel Specification Menu 



The Channel Specification Menu (figure 4) is used 
to group the probe channels into logical display 
groups in any order for convenient analysis. You 
can also select thresholds, logic polarity, radix, 
and the order in which the groups should be 
displayed. 
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Figure 5. State Table Display 




Figure 6. Timing Diagram of data acquired in 
arms mode 



In the State Table (figure 5), as in the Timing dia- 
gram, the trigger word is displayed The memory 
location or sequence numbers that correspond 
to the recorded events are also listed To look at 
different sections of memory, either use the 
scroll keys or enter the sequence number you 
want 

The State Table lets you easily follow synchro- 
nous transactions which occurred on the bus 
around a specified event With the arms mode, 
(figure 6) you can also observe control signal 
transactions to determine if their asynchronous 
activity is proceeding correctly 



Define Mnemonics 

To make data easy to interpret, the DAS 9100 
provides a Define Mnemonics Table (figure 7), 
which lets you define your own language of 
events by labeling data input words The DAS 
9100 can match each data word sampled to an 
assigned mnemonic and display them in the 
State Table By assigning mnemonics to a set of 
events as you expect them to occur, a quick ver- 
ification is achieved 
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Figure 7. Define Mnemonics Table 




Figure 8. Reference Memory 



Reference Memory 

For intermittent problems, the reference memory 
provides the means for tracking down unwanted 
random transitions. By pressing the Store key, 
acquisition memory from the State Table is cop- 
ied into reference memory (figure 8) Now. to 
track down an intermittent, press Compare * 
and the DAS 9100 will begin acquiring data, 
based on the specified parameters, and com- 
pare it with known correct reference memory 
data If the data is different, the DAS 9100 halts. 

By selecting the Acquisition and Reference 
Memory, the intermittent will be shown as a 
highlighted difference and also a flag ( * ) will be 
present beside the sequence number where the 
intermittent occurred 

To allow the DAS 9100 to help uncover specific 
intermittents within a small number of events, a 
programmable compare window is provided 
With the data masking plus the compare win- 
dow, comparison testing can be done on as little 
as a single bit 
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With pattern generation and data acquisition in a single instrument, the DAS 9100 is useful in manufac- 
turing test areas 



DAS 9100 — Pattern Generation 

The DAS 9100 Pattern Generator provides up to 
80 data signals and 10 programmable strobes at 
data rates up to 25 MHz. You can use these sig- 
nals to stimulate your circuit either directly or 
with a minimal fixture of your own design By 
stimulating the circuit from the pattern generator, 
you can start debugging parts of your circuit be- 
fore all the other parts are ready The ability to 
use a single logic analyzer to both stimulate and 
acquire data from a digital circuit is truly a new 
dimension in logic analysis 

The Pattern Generator is controlled by 7 power- 
ful instructions (table III) Each of the instructions 
is a familiar word with a logical function per- 
formed by the DAS 9100 



TABLE III 

PATTERN GENERATOR 
INSTRUCTION SUMMARY 



INSTRUCTION 


ACTION 


COUNT 


Increment Pattern by one 
clock cycle (256 max) 


REPEAT 


Repeat pattern output 
at this step up to 
256 clock cycles 


HOLD 


Hold pattern and clock 
outputs at this step up to 
256 clock cycles 


HALT 


Stop 


GO TO 


Go to designated 
Label 


CALL 


Jump to designated 

Subroutine 

Label 


RETURN 


Return from 
Subroutine 



The program menu allows a pattern to be en- 
tered as a sequentially executed program In- 
struction steps may be labeled for either pro- 
gram looping or comments, and a strobe or 
group of strobes may be output at each instruc- 
tion execution With pattern depth of 254 vec- 
tors. coupled with looping and 16 levels of sub- 
routine nesting, a complex digital circuit can be 
effectively stimulated without on-board firmware 

To connect the pattern generator output signals 
to your circuit, you use the P6455 Probe for TTL 
or MOS signals and the P6456 Probe for ECL . 
signals. Thus data levels and strobes are 
programmable over a wide range of values to 
cover all logic families 

The clocking can be provided either internally 
from the time base module or externally via the 
External Clock probe 

To use the Generator Patterns, you may need to 
synthesize control signals to strobe the informa- 
tion into the circuit under test. The DAS Pattern 
Generator provides strobes that can be delayed 
in 40 ns increments from the system clock to 
provide gating signals 

The DAS 9100 Pattern Generator can also be 
controlled externally by the test circuit in any of 
three ways. Three external signals from the Ex- 
ternal Clock probe allow the pattern generator to 
be made to PAUSE, INHIBIT (tri-state) or INTER- 
RUPT the program sequence and transfer ex- 
ecution to a subroutine pattern 

One of the best features of the DAS 9100 Pat- 
tern Generator is that it's easy to use Since it is 
contained in your DAS 9100 Mainframe and you 
program it using the same menu approach as 
the rest of your DAS 9100 functions, you save 
time and money in getting your designs up and 
running. Moreover, you can easily save a com- 
plete stimulation acquisition test sequence for 
later use in evaluation, manufacturing, or service. 
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DAS 9100 — Storage and I/O 

The DAS 9100 includes several optional storage 
and I/O capabilities Using these features you can 
easily store and retrieve instrument set-ups and 
reference patterns, and control the instrument 
remotely 



Magnetic Tape Option 




from the DAS 9100, as shown in Table IV. 

Table IV. MAGNETIC TAPE FILES 



File Type 


Description 


Patgen 


Pattern Generator 
Menu and Memory 


Define 


Define Mnemonics Menu 
And Mnemonic Tables 


Ref Mem 


Reference Memory 
Contents 


Data Acq 


Channel Spec., Trigger Spec 
And Timing Diagram Menus 


All 


All of The Above 



The file directory (figure 10) allows 32 files per 
cartridge Each tape can hold 6 ALL files with 
some space left for other files Each file includes 
a header (figure 10) of up to 180 characters, 
which you can use for file description or usage 
instructions 




Figures 10. I/O Menu and File Directory 



The DAS 9100 Option 02 includes a GPIB inter- 
face on RS-232C interface and a composite video 
output These I/O ports provide a variety of useful 
possibilities for interfacing your DAS 9100 

GPIB 

The GPIB port on the DAS 9100 is a standard 
IEEE-488 interface port and conforms to the IEEE- 
488 1978 standards and to the Tektronix Codes 
and Formats standard 

Using the English-like commands of the Codes 
and Formats, you can remotely control all of the 
capabilities of your DAS 9100 

Menus can be programmed, output patterns gen- 
erated, data acquired and compared with refer- 
ence patterns, and any results (acquisition mem- 
ory for example) returned to the controller for 
further analysis. 




Figure 1 1. Rear I/O panel 

The DAS 9100 operates via the GPIB port as 
either a talker or a listener, and is compatible with 
controllers such as the Tektronix 4041, 4051, 4052 
or 4054 

The controller commands the DAS 9100 to per- 
form all the functions which can be accessed 
from the DAS 9100 keyboard LEARN mode 
allows the user to send individual keystroke se- 
quences to the controller This mode can be a 
real timesaver to modify previously stored DAS 
9100 setup programs, when just a few changes 
are needed 

RS-232C 

The first mode using the RS-232C port is essen- 
tially the same as the GPIB mode The controller 
commands the DAS 9100 to perform the desired 
functions using the same commands as for GPIB. 
The RS-232C hardware interface works with stan- 
dard modems 



Master-Slave 

The second mode using the RS 232C port is 
Master-Slave operation Using the DAS 9100 con- 
sole (designated as Master), you can completely 
control a remote DAS 9100 (designated as Slave). 



IKVT OUTPUT SPECIFICATION GPIB TflU ilSTCN 21 




NESS 1WUT OUTPUT TO BEGIN mSTEt'SUU 



Figure 12. I/O Menu RS-232C SLAVE 

Any keystroke command that is executed by the 
Master is transmitted to the Slave and implement- 
ed as if the remote user entered it on the Slave s 
keyboard Screen contents on the Slave are 
transmitted automatically to the Master DAS 9100 
screen 

For instance, you can use a MASTER in your 
engineering lab to control a SLAVE via telephone 
lines, thus saving travel and/or time to analyze a 
tough problem at a remote location. 

Composite Video Output 

The video out jack (figure 1 1) is part of Option 02 
and provides a composite video signal to drive a 
video hardcopy unit or an external video monitor 

Recommended hardcopy units are TEKTRONIX 
4612 and 4632 Video Copiers, which provide 
crisp, clear permanent copies of DAS 9100 
screen contents 



52 






TEK 



LOGIC 

ANALYZER 




The ability to call up stored files for instrument set-up and the remote I/O capability allow the 
DAS 9100 to support a variety of service strategies. 



DAS 9100 

— The Logic Analysis System for You. 

The DAS 9100 Digital Analysis System combines 
powerful data acquisition and pattern generation 
modules with an easy-to-use human interface to 
create a unique, state-of-the-art logic analysis 
system You select the proper configuration for 
your present application today and select addi- 
tional capability for future needs when the need 
occurs The optional magnetic tape provides 
easy storage and recovery of instrument set-ups 
And flexible I/O interfacing allows the DAS 9100 
to be configured optimally in your environment 



CHARACTERISTICS 

DATA FORMATTING 

Group Designations — Up to 16 Groups (1 to 32 channels per 
group) 

Display Order — Designate Group Display Order for State 
Table 

Channel Order — Designated channel order within a group 
Radix — Octal. Binary, or Hexadecimal 
Polarity — Positive or Negative (Complement) 

Threshold — Select TTL or Variable 

USER DEFINABLE MNEMONICS 
Up to 256 Mnemonic Definitions by Group 
10-Character Mnemonic Field 

TRIGGERING SPECIFICATIONS 
Synchronous or Asynchronous 

Trigger Word Position • Begin, Center, End of Memory 
Trigger Delay from 1 to 32,767 Clock Samples 
Displays Trigger Word in Hex, Binary or Octal, or 
mixed radix, any bits allowed as don't care (X) 



Trigger Modes (Word Recognition) — 

3 Word recognizers 

Word 1 (N)times 

Word 1 FOLLOWED BY word 2 

Word 1 THEN NOT word 2 

RESET on word 3 

External Trigger Enable (TTL) 

Word Recognizer Output (TTL) 

91A32 arms 91A08 or 91A04/91AE04 
Compare until equal or not equal 
Glitch Recognizer (91 AOS only) 

Enable by channel 
OR ed with 91 AOS trigger word 
Clocks — Up to 4 split clocks (multiple 91A32 modules) 
Clock Qualifiers — Up to 7 

DATA ACQUISITION DISPLAY MODES 
Screen Size — 22 9 cm (9 in) diagonal, displays 24 lines of 80 
characters. 

Timing Diagram Features 

Simultaneous display of 16 user selectable channels 
User definable 6-character trace labels for each displayed 
channel 

Data magnification factors from XI to XI 0.000 
Cursor position and word readout in binary 
Search word 

Time aligned data display for arming mode 
Glitch display select (91A08 only) 

Horizontal data scrolling 
Memory display window 
State Table Features 

Hex, Binary. Octal, or mixed radix 
User definable mnemonics displayed by group in acquisi- 
tion/reference memory displays 
Search word 

Time-aligned data display for arms mode 
Vertical or block scrolling 
Cursor position 

Up to 512 bits by 96 channels reference memory display. 

with or without data acquisition display 

Reference memory editing 

Programmable compare window 

Reference memory mask word capability 

Compare mode — highlighted and flagged for differences 

KEYBOARD 

The DAS 9100 keyboard is divided into four sections for ease 
of use and functionality Menu keys, data entry keys, edit and 
cursor control, and system control keys provides total control 
at your fingertips 
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DATA ACQUISITION PROBES 



CHARACTERISTIC 


P6452 


P6453 


P6454 


Module used with 


91A32. 91 AOS 
Trigger /Time Base 


91 A04/91 AE04 


91A08 


INPUTS 


8 Data 
1 Qualifier 

1 GND or Reference 


4 Data 
1 Clock 

5 Reference 


1 Clock 
1 Reference 


Input Impedance 
without lead set 


1 Ml] ±1% 
5 pF (NOM) 


1 Ml] ±5% 
5 pF (NOM) 


1 Mi] ±5% 
5 pF (NOM) 


Operating Input 
Range 


- 40 to threshold 
voltage +10 V 

not to exceed 40 V (dc + peak ac) 


-2 V to +5 V 
(dc + peak ac) 


-2.5 V to +5 V 
(dc + peak ac) 


Threshold Range 
(Programmable) 


-2.5 V to +5V - TTL 
-10 V to +20 V - MOS 


-2.5 V to +5 V 


-2.5 to +5 V 


Threshold Accurracy 
(Ref to Programmed 
Threshold) 


±100 mV ±2% -TTL 
±160 mV ±4%- MOS 


±50 mV ±3% 


± 50 mV ±3% 


Sensitivity 
(Centered on 
Threshold) 


500 mV p-p 


700 mV p-p 


700 mV p-p 


Max Non-destructive 


±40 V 


±25 V 


±25 V 



* Lead set adds * 5 to 10 pF 



DATA ACQUISITION MODULES 

91A32 DATA ACQUISITION MODULE 
Maximum Number of Inputs — 32 data channels, expandable 
to 96 channels with 3 modules. 

Maximum Sampling Rate — 25 MHz with internal or external 
clock (40 ns cycle time). 

Memory Depth — 512 bits/channel. 

Data Set-Up Time — (Period data valid prior to external clock 
edge) 29 ns. mm 

Data Hold Time — 0 ns. min. 

Clock Qualifiers — 2 per module. 6 max. selectable polarity 
Qualifier Set-Up Time — 29 ns. min. 

Qualifier Hold Time — 0 ns. max 
Clock — 

Internal — 5 ms to 40 ns ±1% ± 1 ns. 

External — Up to three external sources 
Selectable rising or falling edge 

Tngger — 1.2 and 3 level word recognition arms 91A08 or 
91A04 

Sequence Comparison — Compare until equal or not equal 
Probe — P6452. 4 per module See table 

91A08 DATA ACQUISITION MODULE 
Maximum Number of Inputs — 8 data channels expandable 
to 32 channels data with 4 modules 

Maximum Sampling Rate — 100 MHz with internal or external 
clock (10 ns cycle time). 

Memory Depth — 512 bits/channel. 

Glitch Storage — 5 ns min glitch width 
Data Set-up Time — <9 ns using one 91A08 
*10 ns using multiple 91A08 Modules 
Data Hold Time — 0 ns. max. 

Clock Qualifiers — 1 per module. 4 max 
Qualifier Set-up Time — <9 ns using one 91A08 
*10 ns using multiple 91A08 modules. 

Qualifier Hold Time — 0 ns. max 



Clock — Selectable from two internal and two external 
sources 

Internal — 5 ms to 10 ns. ±1%. ±1 ns. 

External — Selectable rising or falling edge. 

Trigger — 

Word Recognition — Single-level data or glitch word, external- 
ly armable (from 91 A32 trigger using arms mode). 

Word Width — Up to 32 bits using four modules. 

Sequence Comparison — Compare until equal or not equal 

Probes — P6452. 1 per module See table 

P6454. 1 per DAS 9100; external dock for 1 to 4 91A08 

modules). 

91A04 AND 91AE04 DATA ACQUISITION MODULE 
Maximum Number of Inputs — 4 data channels expandable 
to 16 channels with 4 modules, in high resolution mode 2 chan- 
nels expandable to 8 

Maximum Sampling Rate — 330 MHz with internal or external 
clock 660 MHz with internal clock. 

Memory Depth — 2048 words, 4096 words in high resolution 
mode 

Data Set-up Time — 2.0 ns. min. 

Data Hold Time — 0 0 ns. min. 

Clock — 

Internal — 3 ns to 5 ns. ± 5%. 10 ns to 5 ms. ±1%. 

External — Clock input channel from P6453 probe. 330 MHz. 
max 

Trigger — Word recognition or pattern sequence comparison 
Word Recognition — Single-level data word, externally ar- 
mable (from 91A32 trigger) 

Delay — Selectable from 60 to 65541 sample periods after 
trigger 

Pattern-Sequence Comparison — Compare until equal or 
not equal 

Probe — P6453 See table 



91 PI 6 AND 91P32 PATTERN GENERATOR MODULES 
Up to 80 Programmable Data Output Channels. 

Instruction Set — 

Count(N) — Increment N values. 

Goto — Label and output vector (pattern). 

Hotd(N) — Hold output and inhibit clock for N cycles. 
Repeat(N) — Hold output while generating N clock cycles 
Call — Call subroutine 
Return — Return from subroutine. 

Halt — Output vector and inhibit clock. 

External Control Lines — From trigger-time/base probe 
Interrupt — Jump to subroutine 
Interrupt Input — External dock probe selectable rising or 
falling edge 

Interrupt Setup Time — 7 ns min relative to EXT Clock In. 
72 ns mm relative to dock output 

Interrupt Processing Delay — 4 dock cycles (Response 
Time). 

Pause — Hold temporarily while asserted 
Pause Input — Selectable high or low true. 

Pause Holdtime — 14 ns after pattern external clock 
transition. 

Pause Pulse Width — 19 ns. min. 

Inhibit — Tri-state all outputs while asserted 
Inhibit Input — Selectable high or low true. 

Inhibit Delay Time — 70 ns max; 

Pattern Data Width — 

91 PI 6 — 16 parallel channels (2 8-channel probes). 

91P32 — 32 parallel channels (4 8-channel probes) 
Expandable to 80 channels (1 91 PI 6. 2 91P32 s and 10 
probes) 

Operating Rate — 25 MHz max (40 ns cycle time). 

Output Data Skew — *10 ns. 

Pattern Memory Depth — 254 instructions or words (virtually 
unlimited pattern length). 

Number of Nested Subroutines — 16 max. 

Number of Labels — 32 max. 

Number Of Strobes — 1 strobe per probe, expandable to 10 
strobes (3 modules. 10 probes) 

Strobe Start Time — Selectable from 70 ns to 40.91 *<s in 40 
ns steps 

Strobe Pulse Width — Selectable from 40 ns to 40 880 *jS in 
40 ns steps 

Strobe Pulse Polanty — Selectable positive or negative 
Clock Output — One clock line per probe (rising edge signifies 
beginning of cycle) 

Skew Between Different Probe Output Clocks — ±5 ns. 
Clock — Selectable external or internal. 

Internal Clock — 40 ns to 5 ms ±1% ±1 ns. 

External Clock — 40 ns min. Cycle time, selectable rising or 
falling edge 

Pause Input — Selectable high or low true 
Probes — See table 

P6455 TTL/MOS pattern generator probe 
P6456 ECL pattern generator probe 
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PATTERN GENERATOR PROBES 



CHARACTERISTIC 


P6455 


P6456 


Modules used with 


91P16. 91P32 


91P16. 91P32 


Outputs 


8 Data 


8 Data 




1 Clock 


1 Clock 




1 Strobe 


1 Strobe 


Inputs 


Vr • high user supply rail voltage 


V H • high user supply rail voltage 




V L • low user supply rail voltage 


V L - tow user supply rail voltage 


Maximum user 


V H - ±20 V 


V H -± 15 V 


Supply levels 


V L - - 20 V to + 5 V 


V L - ±15 V 




V D |FF * 25 v 


v d ,ff-iov 


Output drive current 


3 V[)jpp to 5 V — 20 mA 




min source or sink 


5 V to 25 V - 10 mA 


50 W load to V H 2 V 


Leakage 
(output inhibited) 


<-100 nA 


ECL output in low state 


Capacitance 


10 pF nominal 


10 pF nominal 




(lead set adds = 10 pF) 


(lead set adds 10 pF) 


User current drain 
Maximum 


120 mA 


V H 130 mA V, 130 mA 

Vdiff = 5.2 v ± 


Output Logic Levels 


Vqh > 4 1.6 V @ 20 mA 


v OH-6 Vt°— IV V 0L - 1 .65 to -2 V 




V 0L • +0.5 V @ 10 mA. +0 6 @ 20 mA 


with 50 U load to V H - 2 V 


Logic Family 


TTL - MOS 


ECL only 



DC- 100 TAPE DRIVE OPTION 01 



Over 160k Bytes — 

Stores 6 lull configuration instrument set-ups 
Stores 30 lull acquisition set-ups 
Stores 30 pattern generator files 
Stores 30 define mnemonics files 
Stores 1 5 reference memory files 
Directory space for 32 files 

I/O INTERFACE OPTION 02 
RS-232 

Selectable Baud Rates — 300. 600. 1200 2400. 4800. 9600 
Inputs — Pin 3 Received Data 
Pm 5 Clear to Send 
Pm 6 Data Set Ready 
Pm 8 Data Carrier Detect 

Outputs — Pm 2 Transmitted Data 
Pin 4 Request to Send 
Pin 20 Data Terminal Ready 

Other — Pm 1 Ground 
Pin 7 Signal Ground 

Master Slave — 

Remote control of DAS 9100 by a DAS 9100 
Full duplex, asynchronous via RS-232 

GPIB 

The Option 02 complies with IEEE Standard 488-1978 and with 
Tektronix Codes and Formats standard (Talker and Listener 
only) 

Capacitive Load Due to this Device — 100 pF per signal line 
max 

Lockout and Remote Lights Provided on Keyboard 
Selectable Address 
Selectable Controller Type 

Four Rear-Panel LED’s Provide Observable Handshake 
Lines — SRQ. NDAC. NRFD. DAV 

COMPOSITE VIDEO OUTPUT 
VON — 1 4 V to 1 6 V 
VOFF — 0 3 V to 0 7 V 
VSYNC — 0 V to 0 1 V 
THSYNC — 63.5 #iS ± 0.1 nS. 

TVSYNC — 16 5 ms ±0.1 ms 



MISCELLANEOUS 



Dimensions 


cm 


in 


Height 


24.1 


9.5 


Width 


432 


17.0 


Lenqth 


597 


235 


Weight 


kg 


lb 


(Without accesones) 


22 


480 



Power — 1 000 VA max 
Temperature Range — 

Operating — 0°C to -♦ 50°C 
Storage 40 a C to 4 65°C 

Altitude — 

Operating — 3000 m (10 000 ft) max 
Storage — 15.000 m (50.000 ft) max 

ORDERING INFORMATION 

STANDARD CONFIGURATIONS 

DAS 9101 Digital Analysis System $11,700 

(16 Channels at 100 MHz) 

DAS 9102 Digital Analysis System $12,900 

(32 Channels at 25 MHz. 16 Channels of Pattern Generation) 

DAS 9103 Digital Analysis System $16,900 

(32 Channels at 25 MHz. 8 Channels at 100 MHz. 16 Channels 
Pattern Generation) 

DAS 9104 Digital Analysis System $26,900 

(64 Channels at 25 MHz. 16 Channels at 100 MHz, 16 Chan- 
nels of Pattern Generation) 

NOTES 

1 All Data Acquitisron Modules. Pattern Generator Modules, 
and Mainframe Options are also available for the standard 
configurations with the exception of those already included in 
the configuration. 1 e DAS 9104 includes the Option 01 . DC- 
100 Tape Drive 

2 It standard configurations are ordered with additional mod- 
ules. check that the correct number of power supplies are 



included 

MAINFRAMES 

DAS 9109 Mainframe $4950 

DAS 9119 Mainframe 

(ATE Version) $5400 

(Deletes CRT and keyboard, adds Option 02) 

OPTIONS 

Option 01 DC- 100 Tape Drive Add $1250 

Option 02 RS-232. 

GPIB and Hardcopy Interlace Add $950 

Option 03 Additional Power Supply Add $750 



Option 04 Two Additional Power Supplies Add$1500 

Option 05 Rackmount Hardware Add $500 



Option 88 Mainframe shipped with Modules installed and 
checked out as part of the Mainframe No Charge 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 



Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A .. No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North Amencan 240 V/15A No Charge 

FIELD INSTALLABLE OPTIONS 
DAS 91 FI Field Installed Option, DC- 100 Tape Drive 

(Includes installation in Service Center) $1500 

DAS 91F2 • Field Installed Option, GPIB Interface, RS-232 

Hardcopy $1100 

MODULES 

91A32 Data Acquisition Module $4500 

(32 Channels at 25 MHz. including Probes) 

91A08 Data Acquisition Module $3500 

(8 Channels at 100 MHz. including Acquisition Probes. P6454 
Clock Probe Required with First Module for Synchronous 
Operation) 

91A04 Data Acquisition Module $7950 

(4 Channels at 330 MHz. including Probes) 

91 AE04 Data Acquisition Module $4950 

(4 Additional Channels at 330 MHz. including Probe Requires 
91A04) 

91 PI 6 Pattern Generator Module $3700 

(16 Channels at 25 MHz. including Probes) 

91P32 Pattern Generator Module $5900 



(32 Channels at 25 MHz. including Probes Requires 91 PI 6) 
NOTES 

1 When selecting modules, check that you do not exceed the 
following maximum numbers of modules or channels per 



instrument 
TOTAL PER 


QTY 


SPECIAL 


INSTRUMENT 




REQUIREMENTS 


Modules 


6 




91A32 


3 




91A08 


4 




91A04 


1 




91AE04 


3 


Requires 91 A04 


91P16 


1 




91P32 


2 


Requires 91 PI 6 


Data Acquisition Ch s 


104 





2 When adding modules check that the correct number of 
power supplies are also selected The mainframe includes 
sufficient power for 2 modules One additional power supply 
(Option 03) is required for 3 or 4 modules Two (Option 04) 
additional power supplies are required for a total of 5 or 6 
modules 

ADDITIONAL PROBES 
P6452 8 Channels Data Acquisition Probe 

(010-6452-01) $700 

P6453 4 Channels 330 MHz High Speed 

Data Acquisition Probe (010-6453-01) $1500 

P6454 100 MHz Clock Probe (010-6454-01) $250 

P6455 8 Channels TTL/MOS Pattern Generator Probe 



(010-6455-01) $550 

P6456 8 Channels ECL Pattern Generator Probe 
(010-6456-01) $550 



ACCESSORIES 

DC- 1 00 Tape Cartridge (119-1 350-0 1 ) (Pkg of 5) $ 1 20 

GPIB Cable . 2 Meter (012-0630-03) $90 

GPIB Cable. 4 Meter (012-0630-04) $135 

RS-232 Cable. 2 Meter (012-0815-00) $55 

Hardcopy Unit Cable : 75 Ohm. 42 in Coax, BNC 



(012 0074 00) $17 

Hardcopy Unit Cable: 75 Ohm, 10 in Coax, BNC 

(175-2753-00) $13.50 

Additional Power Supply (020-0707-00) $750 

DAS Set-Up and Hold Fixture (067-1037-00) $1200 

Carrying Case for Probes (016-0672-00) $70 

Rackmount Hardware (016-0463-00) $500 
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308 Data Analyzer 

The 308 is a 20 MHz, four-in-one portable Data 
Analyzer It provides Parallel Timing, Parallel 
State, Serial State and Signature Analysis, in an 
easy to use convenient package 

With the color coded keyboard you can easily 
control all the functions of the 308 Data Analyzer 

The 308’s unique menu readout displays all of the 
status and operator mode information on its self- 
contained CRT. The status information is always 
displayed as the first line in all modes of oper- 
ation. This provides you with instant identification 
of what you're doing before, during and after 
data acquisitions 

The 308 Data Analyzer provides data acquisition 
via one 8 channel high impedance probe (1 MS2, 5 
pF) for parallel timing and parallel state modes. 
For serial and signature acquisitions a single 
channel high impedance probe (10 MS2, 13 pF) is 
used. All four modes are provided with a 
selectable threshold, TTL or Variable (+ 12 to 
— 12 V), to allow data acquisitions from any digital 
logic family. 

Input formats are selectable between Hexa-deci- 
mal, Binary, Octal or Decimal. For the Parallel 
State Mode direct display of acquisition memory 
is provided in Hex, Binary and Octal 
simultaneously. 

In the Serial State Mode the display provides 
readout in Hex, Binary and ASCII simultaneously, 
plus parity error indication. 

In the Parallel Timing mode a unique selectable 
Memory Window is provided to allow you to 
select the section of acquisition memory you wish 
to view. The window size is programmable for 42, 
84, or 168 bits of display width. 

A cursor mode is provided for Parallel Timing, 
Parallel State and Serial State that gives word 
position information with respect to the delayed 
trigger word. For Parallel Timing the cursor pro- 
vides decoding of the timing diagram in any one 
of the four formats. 

The 308 Date Analyzer comes with an 8 x 252 bit 
Reference Memory to provide compare and ’Re- 
start If’ functions The Reference Memory "Re- 
start If" function can be used in both Parallel 
modes and the Serial State mode 

The 308 can have up to 16 bits of external word 
recognition with an optional probe. The 308 pro- 
vides a Word Recognizer Trigger Out signal (TTL) 
to trigger other external equipment An external 
qualifier input, selectable for trigger or clock, is 
provided; and when used in conjunction with the 
8 channel data probe, plus the word recognizer 
probe, yields a total of 25 bits of word recognition 
for triggering 

The 308 Signature Analysis portion gives signa- 
tures in two different modes, Repeat and Hold In 
the Repeat mode, a signature is taken and 
displayed; once displayed the 308 takes another 
signature This process repeats until the stop key 
is pressed In the hold mode the 308 allows the 
acquisition of signatures manually By pushing 
the Hold Key the 308 will acquire and display up 
to eight signatures simultaneously on the screen 



CHARACTERISTICS 

SIGNAL INPUTS 

Parallel Timing & State — Multiline probe-tip, 8 data lines, 1 
clock & 1 ground lead. 

Maximum Number of Inputs — 8. 

Input Impedance — 1 MU, 5 pF. 

Logic Swing 

Minimum — 500 mV +2% of threshold voltage p-p. centered 
on threshold voltage. 

Maximum — ± 40 V or less, to at least threshold voltage 

Maximum Non-destructive Input Voltage — -40 V to +40 

V. 

Width of Data Input — Min 1 0 ns. with 400 mV overdrive from 
threshold voltage. 

Threshold Voltage — Selectable 
TTL — +1.4 V to +0.2 V. 

VAR 12 V to +12 V. 

Input Mode — Selectable 

Sample or Latch (to 5 ns with 500 mV overdrive voltage). 



Serial State 

Single channel probe input. 

Input Impedance — 10 Mfi, 13 pF 

Non-destructive max input voltage 500 V peak at probe tip. 
250 peak at BNC input connector 

Logic Swing 

Minimum — 500 mV + 2% of threshold voltage, p-p centered 
about the threshold. 

Maximum — ±30 V peak 



Selectable Parity — ODD. EVEN or NONE. 

Selectable Bits Per Character — 5. 6. 7 or 8 bits (includes 
parity if active). 

Selectable Input Logic — Positive or negative (at probe tip). 
Synchronizing Word (Synchronous mode only) — Program- 
mable to require two equal words. If not programmed defaults 
to ASCII word SYN. 

Hunt Word (Synchronous Mode only) — Programmable to 
require one word. If not programmed, defaults to ‘XXXXXXXX’ 
(Not defined). One Hunt word is equal to 3 Hexadecimal ’FF’s 
(Line idles). 

Stop Bits (ASYNC ONLY) — Responds to one or more 



Signature Analyzer 

Single channel data input via probe 10X — 10 Mil; 13 pF Clock 
start, and stop inputs provided by Data Acquisition probe. Slip- 
on tip to allow charactenzation of tri-state buss lines. 
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CLOCK 

Parallel Timing A State 

External Clock: Period — Min — 50 ns. 

Pulae Width, Minimum: 

High-Logic Level — 24 5 ns. 

Low-Logic Level — 24.5 ns. 

Data Setup Time, Minimum — 25 ns. 

Data Hold Time. Minimum — 0 ns. 

Internal Clock: 20 MHz 

Sample Interval, Minimum — 50 ns 

Data Pulae Width to Ensure Sampling, 

Minimum — 1 sample interval +10 ns. 

Sample Intervals — 50 ns to 200 ns/sample in 1-2-5 

sequence 

Qualifier Input 

Selectable-Trigger or Clock 

Input Threshold — TTL Level +1.4 V ±0.2 V 

Maximum Input Voltage 5Vto +10V peak 

Serial State 

Synchronous or Asynchronous 

Internal Clock for Asynchronous Mode Selectable Via Key- 
board — 50. 75. 110. 134.5. 150. 200. 300. 600. 1200.1800. 
2400. 4800 and 9600 bits per second (baud rate). 

Internal Clock Accuracy — ± 0.02%. 

External Clock for Asynchronous Mode — Up to 9600 baud 
External Clock for Synchronous Mode — Up to 9600 baud. 

MEMORY 

8 x 252 bits Data Acquisition Memory 
8 x 252 bits Reference Memory 

TRIGGER 

Parallel Timing & State 

Synchronous or Asynchronous. 

External Qualifier 

Data Word Recognizer — 8 Ch programmable in Hex. Binary. 
Octal or Decimal. 

External Word Recognizer Probe — 16 Ch. programmable in 
Hex. Binary. Octal or Decimal. 

Input Threshold — TTL (+ 1 4 V + 0.2V). 

Word Recognizer Tngger Out — TTL level ( + 1 4 V ±0.20). 
Trigger Delay — Programmable from 0-65535 delay by 
clocks 

Data Position — Selectable in Pre- or Post-Trigger Positions. 
First Trigger Mode (Internal Select). 

Serial State 

Data Word Recognizer — Programmable to require a se- 
quence of two words (or characters) 

External Trigger — Programmable for one bit 0. 1. or ’X* 
Trigger Delay — Programmable from 0 to 65535 delay by 
word count (character). 

Data Position — Selectable for Pre- or Post-Tnggering 
Framing Error Detection — When a valid stop bit is not de- 
tected. data acquisition is stopped 

DISPLAY 

Status information of the 308 is always displayed at the top of 
the screen. Also, the menu of the 308 is displayed with all fields 
visible In the Serial State the 308 provides an extended menu 
for additional Serial capabilities 

Timing Diagram 

Programmable Window Memory Size. 

Cursor Position Pointer and Word Decode 
Positive or Negative Display Logic. 




Parallel State 

Displays Hex. Binary & Octal simultaneously for quick decode 

12 Word Display Table 

Search Mode — Inverse video highlighting 

Compare Mode — Inverse video highlighting of differences 

Positive or Negative Display Logic. 

Signature 

Displays the edge selects for clock, start and stop. Also dis- 
plays each signature taken simultaneously. 

Displays a 4 digit signature. 

Displays Characters — 0 - 9, A, C, F. H. P. U 

Serial State 

Displays Hex. Binary. & ASCII simultaneously 
12 Word or Character Display. 

Search Mode. Inverse Video Display of Word 
Compare Mode; Inverse Video Display of Differences. 

Positive or Negative Display Logic. 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Heights 


11.7 


4.61 


Width 


23.7 


9.30 


Depth 


35.9 


13.90 


Weight 


kg 


lb 


Without Probes 


3.7 


8.0 


With Probes 


4.5 


10.0 



Power — 90 V to 132 V ac. 180 V to 250 V ac. 48 Hz to 440 
Hz. 

Consumption — 40 W max. 

Temperature Range — 0°C to 50°C. operating. 

INCLUDED ACCESSORIES 

Each 308 Data Analyzer comes with an accessory pouch, one 
8 channel Data acquisition probe, with harmonica connector, 
plus spnnged hook dips, a power cord and slip-on tip. 

ORDERING INFORMATION 



308 Data Analyzer $3950 

Includes P6451 Parallel Data Acquisdition Probe and P6107 
Seneal Probe. 

Option 01 P6406 Word Recognizer Probe Add $420 

1105 Battery Power Supply $1240 

1 1 05 Power Supply provides 1 .5 to 2 hrs. of nominal operation. 

Option 01, 230 V Operation No Charge 



PRL STATE 


<HEX> SMPL 


POST POS 


DATi-fll-OA 


DLfta*0000 


EXT O-XXXX 


-X SMPL- IMS 


HEX 


76343210 
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03= B2 


101 1O01O 


262 


B2 


101 1O01O 


262 


B 2 


1011O010 
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HSl* * Oh * ♦ **000Q 1010****012* 


OR 


00OO101O 


012 


0M 


00O01O10 


012 


9A 


10011010 


232 


9A 


1001 1010 


232 


9A 


1001 1010 


232 


Oh 


000O101O 


012 


Oh 


00001O1O 


012 


0A 


00001O1O 


012 



SIGNATURE 

CLOCK - t 
STMRT - 4 
STOP « f 

HOLD 

6 P C P < 
A 7 O F < 
O 0 O 0 
O O O O < 

A 7 Q F < 
F 3 2 H v 
£ P C P < 

0 0 0 0 



SER STATE <HEX> SMPL POST POS 
data lm-OA DLTO-eeee 

DATA 20-34 ASYN- 960OHZ 



HEX 


76343210 


ASCII PE 


OE3- OD 


00001 101 


CR 


Oh 


OOO01O1O 


LF 


Bia = *34****0101010O**** T * 


48 


01001000 


H 


43 


010001O1 


E 


20 


00 1 000OO 




31 


0 1 O 1 0O0 1 


Q 


35 


01810101 


U 


49 


01081801 


I 


43 


0100001 1 


C 


4B 


01001O1 1 


K 


20 


001000O0 





The SONY • /TEKTRONIX* 308 is manufactured and marketed 
in Japan by Sony/Tektronix Corporation, Tokyo Japan. Out- 
side of Japan the 308 is available from Tektronix. Inc., its mar- 
keting subsidiaries and distnbutors. 
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7D02 Microprocessor Analyzer 

Unprecedented Triggering Power in Both the 
State and Timing Modes of Data Acquisition 

Disassembled Mnemonics for Fast, Simpli- 
fied Interpretation of State Information 

Up to 52 Data Channels 

A Unique Configurable Menu to Enhance 
Testing Power 

Synchronous (External Clock) and Asyn- 
chronous (Internal Time Base) Operation 

Configurable to Individual 8 and 16 Bit 
Microprocessors 



The 7D02 Logic Analyzer can acquire up to 52 
channels of state information in the synchronous 
mode, using the clock of the system under test. 
The basic instrument contains 28 channels, with 
an expansion option (03) increasing this to 44 A 
timing option (01) provides 8 additional channels 
for a total of 52 synchronous channels. 
Alternatively, the Timing Option provides 8 chan- 
nels of asynchronous information, using the 
7D02’s own clock. The state and timing sections 
can be operated independently, or used as a 
trigger source for one or the other. 

All the 7D02s data acquisition resources are 
under the control of a unique user language, 
which allows them to be configured according to 
the needs presented by a particular situation. 
Through user programming, almost any combina- 
tion of resources can be employed to construct 
specific triggers or data qualifiers. 

Synchronous resources include four independent 
word recognizers up to 48 bits each, two univer- 
sal time/event counters which can interact with 
each other and may be reset on the fly, and 
several modes of clock qualification. Asynchro- 
nous resources include a word recognizer, and an 
8-channel glitch recognizer with an independent 
memory 

A series of Personality Modules can adapt the 
7D02 to the specific characteristics of individual 
processors, both 8- and 16-bit. Once data is 
acquired, it can be displayed in the disassembled 
mnemonics of the processor in use, as well as 
hex, octal, ASCII and binary formats. Also avail- 
able will be a general purpose Personality Module 
which will enable the user to support those 
microprocessors not specifically supported by 
the 7D02, or for other general purpose logic 
analysis tasks. 

CHARACTERISTICS 

DISPLAY 

Type — State Table. Raster scan — 24 lines x 32 characters 
per line Number of Channels Displayed (Basic 7D02) = 28, 
Data = 8. Address =16. Control - 4 Max Number Acquisi- 
tion: Memory Locations Displayed =« 19. 

Radices Available — 

Data: Mnemonic disassembly for each supported micro- 
processor ASCII. Hex. Binary. Octal. 

Address: Hex. Binary. Octal. ASCII. 

Control: Mnemonic Disassembly. Binary 



SIGNAL INPUTS 

Signal inputs for the 7D02 are obtained through optional Per- 
sonality Modules These Personality Modules, along with Op- 
tion 03 determine the number of channels that will be input to 
the 7D02 

Basic 7D02 — Data = 8. Address - 16. Control = 10. Ext 
Trigger = 1; Total - 35 

Input Impedance — Determined by the Personality Module 
(PM) used. 

External Trigger — Input Impedance =* 1.0M ±2% compati- 
ble with a 10X coded probe Threshold = 14 V. Setup Time = 
10 ns at BNC. Hold Time = 18 ns at BNC 

CLOCK 

Synchronous Only — Maximum Raw Clock Input 20 MHz. 
Minimum time between qualified clocks = 100 ns. Setup/Hold 
Time — Determined by PM used. Qualifiers — Max Number - 
6 7D02 is capable of shifting or dividing qualified clocks by up 
to four positions or times respectively 

DATA QUALIFICATION 

Complex Data Qualification allows the acquisition memory to 
be turned on and off at any time through use of Word Recog- 
nizers and Counters. This simulates large acquisition memory 
and pattern search capability. 

MEMORY SIZE 

Acquisition Memory (Basic 7D02) — 28 x 256 
Storage Memory (Basic 7D02) — 28 x 256 
COUNTERS 

2 Universal Counters — Counting Mode: Time Mode; Resolu- 
tion = 1 ms or 1 ps Accuracy -(±1 count) x (number of 
start/stop cycles) ±001% of value. Maximum count - 
65.534 Events Mode: Maximum count - 65,534. Control 
Mode Time Mode. Resolution — 1 ms or 1 Minimum inter- 
val generated - 2. Maximum interval generated = 65,534. 
Accuracy of generated interval - (-0/ + 1 count) x (number of 
start/stop cycles) 1 0.01% of value + (-0 to 0.2 us) Events 
Mode. Minimum interval generated — 2. Maximum interval 
generated 65.534 

WORD RECOGNIZERS 

Number of Word Recognizers = 4 Number of Channels (Basic 
7D02) = 32. Data 8. Address = 16. Control = 6. Ext. 
Trigger = 1. Timing Option Link =. 1 (if timing option installed) 

TRIGGERING 

The 7 DO 2 can be triggered from any of the Word Recognizers 
or from either of the Counters, in the Control mode. This gives 
the 7D02 the ability to track and trigger on very complex pro- 
gram flows 



TRIGGER POSITION 

Number of qualified clocks displayed after the trigger point: 
Trigger Before Data = 240. Trigger Centered = 128. Trigger 
After Data - 16. Zero Delay = 0. 

PROCESSOR HALT 

The Processor can be halted when the 7D02 stops acquisition. 
Processor Halt Delay = (2 qualified state clocks after the 7 DO 2 
stops acquisition) + PM Delay Time. 

TRIGGER OUT 

TTL compatible, capable of dnving a 50 U unterminated trans- 
mission line. Accuracy =* 1 qualified clock +86 ns ±35 ns 
after event occurs at Probe Tip. 

MISCELLANEOUS 
Size — Three wide 7000 Senes Plug-in 
Weight — 3.6 kg (8 lb). 

Power — Line Voltage Ranges — Determined by the 7000 
Series Mainframe Power Consumption Max — 49 W at nomi- 
nal line voltage, includes all options. 

Temperature Range — Operating - 0°C to 50°C Nonoper- 
ating - 55 # C to +75*C. 

Altitude — Operating — 15.000 ft Nonoperating = 50,000 ft. 



rn?r 



CTR 



CURSOR : OOQO0OOO # 014 TRIGGER 



DISPLAY 



.HANNEL ORDERL- 
I-TIMING DIAGRAM 



P TIMING 1 

;hm Tf-eV I 
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OPTION 01 — TIMING OPTION 

The Timing Option provides the 7 DO 2 user with 8 additional 
channels of asynchronous data acquisition at sample rates of 
up to 50 MHz 

SIGNAL INPUTS 

Number of Channels - 8 (using a P6451 Data Probe) Input 
Impedance - 1 Mu shunted by pF. 

Logic Swing — Min - 500 mV +2% of threshold voltage 
centered on threshold voltage Maximum - - 15 V to at least 
threshold voltage +10 V Max Non-Destruct Input Voltage - 
40 V to at least -t-40 V. 

Threshold Voltage — Programmable from - 6.35 to + 6 35 in 
50 mV increments 

Data Setup/Hold Time — Data Setup - 20 ns Data Hold - 
2 ns 

CLOCK 

Asynchronous — Sample Rates - 20 ns to 5 ms in a 1-2-5 
sequence Accuracy =• ±0.01%. 

Synchronous — Max raw input clock frequency 20 MHz. Ob- 
tained from system under test via the Personality Module (Min 
time between qualified clocks - 100 ns.) 

MEMORY SIZE 

Acquisition Memory — 8 x 255 Glitch Memory — 8 x 255. 
WORD RECOGNIZERS 

One Data Word Recognizer — 8 channels (ANDed together). 
One Glitch Word Recognizer — 8 channels (ORed together 
but ANDed with the Data Word Recognizer) 

Ext Trigger In. 

TRIGGERING 

The Timing Option can be triggered from any or all of the fol- 
lowing sources: 1. Timing Option Data Word Recognizer. 2. 
Timing Option Glitch Word Recognizer; 3. Main Section (7D02) 
Word Recognizers 4 External Trigger In. 

DIGITAL DELAY 

Maximum Delay — 65,534 Sample Clocks. 

GLITCH LATCH 

Min. Pulse Width — 5 ns. ASYNCHRONOUS Mode Only. 

DISPLAY 

Timing Diagram Mode — Number of Channels - 8. Window 
Size - 124 words in XI mode or 31 words in X4 mode Data 
channels can be relocated by the user. Numeric Formats; Hex. 
Octal. Binary, ASCII. Glitch displayed as a * in the table beside 
DATA Timing Display Glitches are displayed by an i above 
the line where the glitch occured Max Number of Words Dis- 
played - 19 Numeric Formats: Hex. Binary. Octal ASCII. 
Number of Words Scrolled = 255 Trigger Position Accuracy 
= ± 1-bit (ASYNCHRONOUS Mode) 

MISCELLANEOUS 

The P6451 Data Acquisition Probe comes standard with an 
Option 01 

OPTION 03 — EXPANSION OPTION 

The Expansion Option provides the 7D02 with the ability to 
support most 16- bit microprocessors. 

SIGNAL INPUTS 

Adds an additional 16 bits to the 7D02. Data =■= 8. Address = 8. 

WORD RECOGNITION 

Maximum Number of Channels — 48 Data — 16 Address 

— 24 Control — 6 Ext. Trigger — 1 Timing Option — 1 (if 

timing option installed) 

DISPLAY 

Maximum Number of Channels — 44. Data — 16. Address 

— 24. Control — 4. 

MEMORY SIZE 

Acquisition Memory — 44 x 256 Storage Memory — 44 x 
256 



ORDERING INFORMATION 



7D02 Logic Analyzer $4400 

Option 01 (timing) Add $1700 

Option 7D02F01 (timing, field-installed) $2050 

Option 03 (expansion) Add $1200 

Option 7D02F03 (expansion, field-installed) $1400 



OPTIONAL ACCESSORIES 

016-0669-00 — (fits any 7600 or 7400 mainframe) Hardware 



kit. Electrical equipment Logic Analyzer securing $10 

067-0939-00 — Service Maintenance Kit $450 



The 7D02 has a configurable menu. 
This example, useful for 
Debugging Real-Time rP Programs, 
wilt trigger if Address F820 is 
NOT FOUND within 100 ms of the 
occurrance of Address BOOO 
All test parameters supplied 

by prompts. 

IF clause defines a data 

stream event, which may be 

either single or compound 
The 7D02 may simultaneously 
monitor up to 4 Word Rcognizers 
and 2 Counters 
THEN clause defines a 
response to the event in this 
case, setting counter # 1 to 
zero and then incrementing 

every millisecond 

At the same time the counter 
is set. branch to the second 
test (bracketing allows 
simultaneous actions). 



□ 






i i r : 



IIF 

1 WORD RECOGNIZER » O 

i Dhta^bb 

1 AD PRES : 

1 /NMI=B IRO=B FETCH =B R U=B 
i ba=B in'.'al op=B eat trig Yn=B 
1 TIMING wr=o 
IT HEN CO 

J , 

1 COUNTER « II B-HS 

i S-feset ami run 

1 got” § 

X • 

END test 1 
TEST a 
c'l F 

S H OR I' RECOGNIZER » B 

2 I' AT A -OQ 

J I^^iH FE T CH=I 



Sequential Activities are monitored 
using multiple 'tests' 

The 7D02 now monitors the data 
stream for an event to satisfy 
the second test s IF clause 



If the event occurs, then branch 
back to test #1 and start the pro- 
gram over Concurrent measure- 
ments are in the same test 








□ 




, . j 



Or if counter # 1 has reached 
100 ms. then activate the trigger 






END TEST 1 
TEST 2 
- IF 

WORD RECOGNIZER » S 
DAT A gn _ 

FETCH-B R W=B 

BA=0 IN'.'AL OP - B EAT TRIG IN: 
TIMING UP=B 
THEN DO 
GOTO II 

■ .p IF 

COUNTER * fl = BHB HHI B- MS 

I HEN DO 

TRIGGER S-NAIN 

S-BEFORE DATA 

H-St STEM UNDER TEST CON . 

H-STmNDmPD CLOCK OUAL . 

'END TEST £ 





By using the proper per 
sonality module, software 
flow can be displayed using 
the mnemonics of the chip — 
under test, here the Motorola 
MC6802 
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7D02 

MICROPROCESSOR 

SUPPORT 

Tektronix will support all popular 
Microprocessors with the 7D02 Logic 
Analyzer The following support is 
now available 



Microprocessor 

Type 


*7D02 Support 
Features 


7D02 Personality Module 
Required 


8-BIT 


8080 


FM 


PM 101 OPT 01 


8085 


FM. P-C 


PM 104 


Z80 


FM. P-C 


PM 105 


6800 


FM. P-C 


PM 102 


6802 6808 


FM. P-C 


PM103 


6809/6809E 


FM. P-C 


PM111 


6502 


FM 


PM 101 OPT 02 


1802 


STD 


PM 101 and 062-6001-00 (Application Manual) 


8031 


STD 


PM 101 and 062-6003-00 (Application Manual) 


8039 8035 


STD 


PM 101 and 062-5999-00 (Application Manual) 


8048,8049 


STD 


PM 101 and 062-5999-00 (Application Manual) 


8051 


STD 


PM101 and 062-6003-00 (Application Manual) 


8748 


STD 


PM 101 and 062-5999-00 (Application Manual) 


8751 


STD 


PM 101 and 062-6003-00 (Application Manual) 


6801/6803 


STD 


PM 101 and 062-6000-00 (Application Manual) 


16 BIT 


8086 


FM. P-C 


PM106 


8088 


FM. P-C 


PM107 


Z8001 


FM. P-C 


PM110 


Z8002 


FM. P-C 


PM 108 


68000 


FM. P-C 


PM109 


9900 TMS/SBP 


STD 


PM 101 and 062-6002-00 (Application Manual) 


•FM — Full Mnemonic 


P-C — Pre-Configured. 


STD — Standard Radices 


Disassembly 


Single Plug. Interconnection 


(Hex. Binary. Octal) 



For those 8- Bit and 16- Bit microprocessors not currently supported by specific personality modules, and for general purpose appli- 
cations. the PM 101 General Purpose Personality Module is available See Data Sheet AX-4489 for details 



PM 100 Series 

Microprocessor Personality Modules 

The PM 100 Personality Modules are high perfor- 
mance data acquisition modules designed for 
use with specific microprocessors 

PM 102 through PM111 interface with the system 
under test through a single plug for error free 
connection The PM 101 provides general pur- 
pose logic analysis capability through individual 
acquisition leads The interface to the logic ana- 
lyzer is also a single plug for easy change of pro- 
cessor type 

The modules, operating synchronously with the 
system under test, demultiplex busses, synthe- 
size signals necessary to track processor status, 
and transfer data to the logic analyzer memory 
Word recognizer displays are formatted in the 
mnemonics of the processor control signals A 
synthesized control function allows triggering or 
data qualification on instruction fetches. The Per- 
sonality Module also provides full mnemonic dis- 
assembly and formatting for the display 

The processor may be halted by the personality 
module when the 7D02 triggers 



PM101 

General Purpose Personality Module 

Data Acquisition and Display Formatting for 
any Type of 8- or 16-bit Microprocessor 



The PM 101 Personality Module offers data acqui- 
sition capabilities designed to fit any type of 
synchronous digital system including those with 
8- or 16-bit microprocessors 

SYSTEM CHARACTERISTICS 

SETUP/HOLD TIMES 
Clock /Qualifier Inputs — 

Setup — 55 ns max 35 ns typical 
Hold — 0 ns max 

Address and Data Inputs — 

Setup — 45 ns max. 25 ns nominal. 

Hold — 0 ns max. 



ORDERING INFORMATION 
PM 101 General Purpose Personality 



Module $1400 

PM 101 Option 01 8080 Mnemonics Add $300 

PM101 Option 02 6502 Mnemonics Add $300 



MICROPROCESSOR 

PERSONALITY 



MODULE 


PM101 


Processors 


General Purpose 


Supported 


Logic Analysis 
Including 
8 & 16 Bit nP 

Option 01 8080 
mnemonics 
Option 02 6502 
mnemonics 


REQUIRES 7D02 


44 Stored Channels 


Option 03 


w/OptKXi 03 
28 without 


SIGNAL INPUTS 


w/Option 03 


Address 


24 


Data 


16 


Control 


10 


Impedance 


1/2 LSTTL 


(nominal) 


25 pF 


V, n low min/max 


0 V/0.5 V 


V |n high min/max 


2 4 V/7 V 


Maximum Input 
Non -destructive 


7 Vto +15 V 


Threshold 

Voltage 


1.4 V 


Hysteresis (nominal) 


0 4 V 


DISPLAYED CHANNELS 


w/Option 03 


Address 


24 


Data 


16 


Control 


4 


CLOCK 




Max Input 


20 MHz 


Frequency 


(100 ns MIN 
between 

Qualified Clocks) 


Minimum Pulse 
Width-High/Low 


25 ns/25 ns 


Input Impedance 


50 kit 


(nominal) 


15 pF 


PROCESSOR HALT DELAY 




2 Qualified Clock 
Cycles Plus 


58 ns 



* Except Mm/Max. HOLD. Reset. 2 0 to 5.5 V. 
** Except min/max. Hold. Reset. 1 to +5.5 V 
**• Requires user modification to enable 
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PERSONALITY MODULE SPECIFICATION SUMMARY 



PM 102 


PM 103 


PM 104 


PM 105 


PM 106 


PM 107 


PM 108 


PM 109 


PM110 


PM111 


6800 


6802 


8085 


Z-80 


8086 


8088 


Z8002 


68000L4 


Z8001 


6809.68A09 


68A00 


68A02 


8085A 


Z-80A 


8086-2 






68000L6 


Z8001A 


68B09.6809E. 


68B00 


6808 


8085A-2 


Z-80B 


8086-4 






68000L8 

68000L10 




68 A09E.68B09 


NO 


NO 


NO 


NO 


YES 


YES 


YES 


YES 


YES 


NO 


16 


16 


16 


16 


20 


20 


16 


24 


16 


8 


8 


8 


8 


8 


16 


8 


16 


16 


16 


16 


9 


9 


10 


10 


15 


15 


15 


10 


17 


9 


1/2 LSTTL 


1/2 LSTTL 


1/2 LSTTL 


1/2 LSTTL 


1/2 LSTTL 


1/2 LSTTL 


1/2 LSTTL 


1 LSTTL 


1/2 LSTTL 


1/2 LSTTL 40 pF 


40 pF 


40 pF 


40 pF 


40 pF 


40 pF 


40 pF 


37 pF 


70 pF 


40 pF 


Except PHALT 




















1 -LSTTL 


0 V/0 6 V 


0 V/0.6 V 


0 V/0.6 V 


0 V/0 6 V 


-0.5 V/±0.5 V 


-0 5 V/±0.5V 


0 V/0.5 V 


-0.5 V/±0.5 V 


0 V/0.5 V 


0 V/0.6 V 


2.0 V/7.0 V 


2.0 V/7.0 V 


2.0 V/7.0 V 


2.0 V/7.0 V 


2.0 V/7.0 V* 


2 0 V/7.0 V* 


2 4 V/7 0 V 


2 0 V/5.5 V 


2.0 V/7.0 V 


2.0 V/7.0 V 


±15 V 


±15 V 


-7 V to ±15 V 


-7 Vto ±15 V 


-5 Vto ±7 V** 


-5 V to ±7 V** 


7 Vto ±15 V 


-7 V to ±15 V 


±7 V 


-7 to ±15 V 


1.4 V 


1.4 V 


14 V 


1.4 V 


1.4 V 


1.4 V 


1.4 V 


1.4 V 


1.4 V 


1.4 V 


0.4 V 


0.4 V 


0 4 V 


0.4 V 


0 4 V 


0 4 V 


0.4 V 


OV 


0.4 V 


0 4 V 


16 


16 


16 


16 


20 


20 


16 


24 


16 


16 


8 


8 


8 


8 


16 


8 


16 


16 


16 


8 


R/W.NMURQ. 


R/W.NMI.IRQ. 


R/W.l/O MEM. 


R/W, (INTER REQ). 


8 (see text) 


8 (see text) 


R/W.l/O MEM. 


4 (see text) 


(see text) 


R/W. /IFC, 


FETCH 


FETCH 


INRQ (any 


I/O MEM. 






INTREQ.IFC 






(/IFC± IFC2). 






interrupt) 
IFC (FETCH) 


FETCH 






(FETCH) 






INT 


2 MHz 


6 MHz 


10 MHz 


6 MHz 


8 MHz 


5 MHz 


4 MHz 


10 MHz 


6 MHz 


8 MHz 


180 ns/ 180 ns 


180 ns/ 180 ns 


70 ns/40 ns 


70 ns/70 ns 


1/3 Clock Period ±2ns/ 
2/3 Clock period - 1 5 ns 


105 ns/ 105 ns 


44 ns/44 ns 


70 ns/70 ns 


220 ns/210 ns 


50 kit 


50 kit 


50 kit 


50 kit 


50 kit 


50 kit 


50 kit 


50 kit 


50 kit 


50 kit 


35 pF 


35 pF 


40 pF 


40 pF 


40 pF 


40 pF 


37 pF 


55 pF max 


40 pF 


35 pF 


90 ns 


90 ns 


63 ns 


60 ns 


80 ns*** 


80 ns*** 


65 ns 


50 ns 


73 ns 


50 ns 



For complete information and data sheets on microprocessor analysis products described, contact your nearest Tektronix Sales Office. 



PM 102 6800 Personality Modules 
PM 103 6802 Personality Modules 

SYSTEM CHARACTERISITCS 

SETUP AND HOLD TIMES 

Data Inputs — 

Setup — 40 ns max 
Hold — 0 ns max 



ORDERING INFORMATION 

PM 102 $1400 

PM 103 $1400 




PM 103 Default Trigger Menu PM 103 Mnemonic Display 




007D 

O07C 

HM 

F920 
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PM 104 8085 Personality Module 

SYSTEM CHARACTERISTICS 
SETUP/HOLD TIMES 
Data and Address Inputs — 

Setup — 50 ns max 
Hold — 0 ns max 
ALE Input — 

Setup — 40 ns max 
Hold — 0 ns max. 

HOLD Input — 

Setup — 120 ns (measured to trailing edge ot CLK, t*. or 
TWAIT) 

HoW — 0 ns 

READY Input — 

Setup — 135 ns max (referenced to nsing edge of Tj 
HoW — 0 ns 

Order PM 104 $1400 



PM 105 Z-80 Personality Module 

QQ SYSTEM CHARACTERISTICS 



SETUP AND HOLD TIMES (MAX 




Parameter 


Setup 


Hold 


Units 


Address 0-15 


50 


5 


ns 


Data 0-7 


35 a 


10 a 


ns 


Ml 


39 


18 


ns 


MREQ 


22° 


0 b 


ns 


IORQ 


22 b 


0^ 


ns 


WR 


90 a 


5 a 


ns 


BUSAK 


46 


4 


ns 


HALT 


46 


4 


ns 


INT 


35 c 


4 C 


ns 


NMI 


74 


0 


ns 


WAIT 


50d 


cP 


ns 



a Relative to rising edge of dock on T3 for Ml cycle or to the 
trailing edge of T3 for memory or I/O cycles 
^Relative to rising edge of dock on T1 for MREQ and to rising 
edge of clock on TW for IORQ 

c Relative to rising edge of the dock of the last T state prior to 
an Ml cycle 

^Relative to trailing edge of the clock of T2 state for a memory 
cycle or to TW for an I/O cycle 

Order PM 105 $1400 



PM 106 8086 Personality Module 

PM 107 8088 Personality Module ® 

When used with the TEKTRONIX 7D02 Logic Ana- 
lyzer, the PM 106/PM 107 solves the major problem 
encountered when debugging an 8086/8088 
based design; that is understanding what is hap- 
pening in the instruction queue. The logic analyz- 
er acquires all the information transmitted across 
the data bus Queue status is decoded to deter- 
mine which instructions were actually executed 
and which were fetched but not executed 




This 8086 mnemonic display shows disassem- 
bled instructions entering the 8086 queue . In 
this illustration instructions that enter the 
queue but are not executed are flagged with 
question marks. Operands for which there is no 
data (as when the instruction is flushed before 
the operand is retrieved) are marked with 
asterisks. 




8086 State Table Display 



SYSTEM CHARACTERISTICS 

MAXIMUM SETUP AND HOLD TIMES (Min and Max Modes) 



Parameter 


Setup 


Hold 


Units 


Notes 


Address 


45 


20 


ns 


Relative to falling 
edge of ALE 


Data 


30 


0 


ns 


Relative to falling 
edge of clock 
on u state 


Ready 


80 


0 


ns 


Relative to falling 
edge of dock at 
T 3 or T 4 

TRYLCL. TRYHCH. 
TCHRYX 



All Maximum Mode Status Lines. Series Resistance: 10 Q 
additional 

SIGNAL TIMING, MINIMUM MODE (Synthesized) 



Parameter* 


Typical 


Max 


Min 


Units 


ALE falling edge (TCHLL) 


40 


55 a 


. 


ns 


ALE wWth (TLHLL) 


- 


- 


60 


ns 


M/IO (TCHTCV) 


33 


110 




ns 


INTA (TCHCTV) 


68 


110 




ns 


DT/R (TCHCTV) 


b 


c 




ns 


DEN (TCVCTV) (TCVCTX) 


63 


80 




ns 


WR (TCVCTV) (TCVCTX) 


45 


80 




ns 


HLDA 


d 


e 




ns 



'Names Given by Intel 8086 Users Manual 
a 0 ns after falling edge of clock for T2 cycle, 
b Clock high wWth plus 33 ns. 
c. Clock high wWth plus 100 ns. 
d Equal to or greater than 1 dock wWth plus 33 ns. 
e. Greater than 1 clock width plus 100 ns. 




8086 Default Trigger Menu 



Control Name 
and Function 


Stored 


Word 

Recofl 


Clock 

Qualifier 


CO R/W ILST-FI When C2 is 
low. CO indicates R/W sta- 
tus - when C2 is high CO 
denotes when the last byte 
out of the instruction 
queue was the first byte of 
an executed instruction 


X 


X 




Cl M/IO|2LS+ F| When C2 
is low. ui indicates wheth- 
er present operation is a 
memory or input-output 
access When C2 is high. 
Cl goes high, when the 
second to the last byte of 
the instruction queue was 
the first byte of an execut- 
ed instruction 


X 


X 




C2 Code fetch goes to a high 
whenever an instruction is 
being fetched 


X 


X 




C3 IRQ - is the combination of 
INTR and NMI 


X 


X 




C4 Min. max indication 




X 


X 


C5 HOLD Acknowledae 




X 


X 


C6 /Code fetch 






X 


C7 HOLD acknowledge line 
provides visual indication 
of a HOLD acknowledge 
condition on the screen 
when 7D02 is runmna 






X 


C8 Machine state (T1) 






X 


C9 /Wait 






X 



A20-23 provide queue level information and BHE 



ORDERING INFORMATION 



PM 106 $1800 

PM 106 Option 01 With Service Test Unit Add $500 

PM 107 $1800 

PM 107 Option 01 with Service Test Unit Add $500 

Or Service Test unit may be ordered separately 
067-1024-00 without power supply $500 



PM 108 Z8002 Personality Module 

QQ SYSTEM CHARACTERISTICS 



SETUP AND HOLD TIMES (MAX 


1 


Parameter 


Setup 


Hold 


Units 


Min 


Max 


Min 


Max 


Address 0-15 





34 c 





0 


ns 


Data 0-15 


— 


40* 


— 


0 


ns 


READ/WRITE 


— 


40 a 


_ 


0 


ns 


IO/MEM 


— 


40 a 


— 


0 


ns 


INTREQ 


160b 


— 


— 


— 


ns 


IFC 


— 


40 a 


_ 


0 


ns 


/BUSAK 


— 


40 a 


— 


0 


ns 


/MREQ 


— 


40 3 


— 


0 


ns 


/RESET 


— 


40* 


— 


0 


ns 


/PHALTED* 


— 


40 a 


— 


0 


ns 


/AS 


— 


40* 


— 


0 


ns 


/WAIT 













a Referenced to falling edge of T3. 

b. Latched at falling edge of T2. HeW until 
cleared by interrupt acknowledge cycle. 

c. Latched at rising edge of /AS. 

•The "OR‘ of Z8002 stopped and 7D02 HALT. 

Order PM 108 $1800 
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PM 109 68000 Personality Module 

The PM109 solves the major problem in 
debugging 68000 based systems by flagging 
prefetched but unexecuted instructions. 



SYSTEM CHARACTERISTICS 

SETUP AND HOLD TIMES (MAX) 
(With Respect to Falling Edge of Clock) 



Parameter 


Setup 


Hold 


Units 


Address 


45 


20 


ns 


Data 


20 


20 


ns 


/UDS 


50 


20 


ns 


/IPL0/IPL1/IPL2 


40 


0 


ns 


/ DTACK 


25 


0 


ns 


/HALT 


40 


0 


ns 


/AS 


30 


0 


ns 


/BGACK 


40 


0 


ns 


/Reset 


20 


0 


ns 



Control Name 
and Function 


Stored 


Word 

Recog 


Clock 

Qualifier 


CO 


(FL-IACK) LDS 


X 


X 




Cl 


(OPC/EXT) R/W 


X 


X 




C2 


(Fetch) 


X 


X 




C3 


SUPER/USER 


X 


X 




C4 


/BGACK 




X 


X 


C5 


/INTR 




X 


• 


C6 


/AS 






X 


C7 


/HALT 






X 


C8 


/DTACK 






• 


C9 


/As sampled 






X 



•Note: Not recommended that these lines be used for dock 
qualification 

ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here: 

PM 109 $2000 

For PM 109 and Service Teat Unit: 

PM 109 Opt 01 Add $1200 

Or the Service Teat Unit can be ordered separately: 
067-1025-00 $1200 



PM110 Z8001 Personality Module 

QD SYSTEM CHARACTERISTICS 



SETUP AND HOLD TIMES (MAX) 





Setup 


Hold 




Data 


32 ns 


3 ns 


Relative to the falling 
edqe of dock at T3 


Address 


15 ns 


23 ns 


Relative to nsmg edge 
of AS 


SN0-SN6 

(segment 

inputs) 


25 ns 


25 ns 


Relative to rising edge 
of AS 


N/S (normal 
/system) 

AS 


86 ns 
78 ns 


0 ns 


Relative to the falling 
edge of the clock at T3 
Relative to the rising 
edqe of the dock at T2 


R/W 


65 ns 


0 ns 


Relative to the rising 
edqe of the clock at T2 


STO - ST3 


65 ns 


0 ns 


Relative to the nsmg 
edqe of the dock at T2 


wiit 


55 ns 


24 ns 


Relative to the trailing 
edge of the clock at T2 
or TWA for memory or I/O 
cycles, and at TWA3 or 
TWA5 for acknow- 
ledge cycles 


MO.BUSAK 


85 ns 


0 ns 


Relative to the trailing 
edqe of the dock at T3 


vT.nvi 


110 ns 


0 ns 


Relative to the trailing 
edqe of the dock at T3 


SEGT 


85 ns 


0 ns 


Relative to the trailing 
edqe of the clock at T3 


nmT 


110 ns 


•• 





Notes 

•minimum pulse width — 42 ns 
••minimum pulse width — 28 ns 



Control Name 
and Function 


Stored 


Word 

Recog 


Clock 

Qualifier 


N/S Normal/Svstem 


X 


X 




CO Encoded - Read/Write - 
Low on writes, refresh 
and Interrupt ACK cycles 


X 


X 




Cl Encoded - High on I/O. 
Interrupt ACK and Fetch n 
Low on memory. Fetch 1, 
EPA transfer, reserved 
in- 
ternal operation and re 
fresh cycles 


X 


X 




C2 Encoded - High on 
Fetches. Interrupt ACK 
and refresh cycles 


X 


X 




C3 Interrupt request - 
combined NMI. VI. NVI 
and SEGT(active high) 


X 


X 




C4 Low on EPA. EPN and 
/MO read or write cycles 




X 


X 


C5 True Z8001 R/W signal 




X 


X 


C6 Low on internal 
operations, refresh 
and bus acknowledge 
cycles 






X 


C7 Halt-Low indicates the 
processor is halted The 
PM110 uses the proces 
sor/stop signal and the 
Z8001 continues to ex 
ecute refresh cycles 






X. 


C8 Wait - used to qualify 
out wait states 






X 


C9 General clock qualifier - 
generated 

by the PM1 10 (active high) 






X 



When ordering, please use the exact nomenclature given here: 

Order PM110 $1800 




PM111 6809/6809E Personality Module 
(HO 

The TEKTRONIX PM111 Personality Module is a 
dedicated acquisition module designed for use 
with 6809 microprocessor-based systems By 
using the convenient Tektronix Low Profile Dip 
Clip Adapter, the PM111 will also support the 
6809E -based systems 



SYSTEM CHARACTERISTICS 

SETUP AND HOLD TIMES (MAX) 



Parameter 


Setup 


Hold 


Unit 


ADDRESS 


220 


0 


ns 


DATA 


40 


10 


ns 


R/W 


140 


0 


ns 


BA 


190 


0 


ns 


BS 


160 


0 


ns 


/(BMA/BREQ) 


120 


0 


ns 


/NMI 


155* 


0 


ns 


/IRQ 


95* 


0 


ns 


/FIRO 


95* 


0 


ns 



All lines are measured from the source of the signal with re- 
spect to the falling edge of E at the ZIP socket 
•NOTE All PM111 Interrupt lines are sampled on the falling 
edge of E in contrast to the Motorola spec of sampling on the 
falling edge of Q 




6809 Default Trigger Menu 



Control Name 
and Function 


Stored 


Word 

Recog 


Clock 

Qualifier 


CO 


READ WRITE 


X 


X 




Cl 


/IFC 


X 


X 




C2 


/(IFC + IFC2) 


X 


X 




C3 


INT 


X 


X 




C4 


BA 




X 


X 


C5 


/IOCO 




X 


• 


C6 


/VMA 






X 


C7 


(HALTHDMA/BREQ) 






X 


C8 


DMA + DEAD 






X 



•NOTE. This line useful for word recognition only; not recom- 
mended for dock qualification purposes. 




6809 Mnemonic Display 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here. 



PM111 $1600 

40 Pin Low Profile Dip Clip Adapter Numbers 10 cm Version 

015-0339-00 (Recommended) $40 

Female Adapter 380-0647-01 .. $25 

40 Pm Dip Socket 1 36-0623-00 $2.40 



COMMON CHARACTERISTICS 

Operating Temperature 15 to ->-55 0 C except for PM 109 

which is 0 to 50"C. 

Storage Temperature 62 to +85°C except for PM 109 

which is -55 to +75°C. 

Operating Altitude — 4 5 km (15.000 ft). 

Storage Altitude — 15 km (50.000 ft). 

Size — 12 cm X 20.3 cm X 4.3 cm except for PM106. 107. 
PM 109 and PM111 which are 12 cm X 20 3 cm X 4 8 cm 
Weight — *1.2 kg. 

Cable Length — 

Module to 7D02 — 122 ±2.5 cm. 

Module to mP — 33 cm ±1.2 cm except for PM 101 which is 
35 cm and PM1 1 1 which is 47 cm ±1.3 cm 
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111101 
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1 1 


111111 


I 1100 1 0 00 
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1 1 


1 11 11 1 11 


0 1 00 




1 ill 1100 


1 : 
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01 lit 


00 


i iiOJiOO 




15 0 111 


■ i 0 10 1 t l 1 


0 00 


11111111 


11 


lit 111 


Sn o mu 




1 111 1100 


11 


111111 


W\ i iio 


0 00 


1 101 110 0 




min ■ 


1 1 




1111 1100 


1 1 


111 111 


0 0 11 0 


0 1 


11111100 




til lit iS 


1 01111 
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It 1 


111111 ■ 


1110 1 


11 
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It l 


1 I 1 10 J ■ 


0 1 








111 111 1 


0 0 
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1 1 
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7D01 General Purpose 
Logic Analyzer 

16 Stored Channels 



Up to 1024 Words Deep 



State or Timing 



Up to 100 MHz Sample Rate 



The 7D01 is a dual-wide, plug-in instrument which 
occupies one vertical amplifier compartment and 
an adjacent time base compartment in any 7000 
Series Oscilloscope Mainframe. With this com- 
patibility, you can configure a total logic analysis 
system Using a four-wide mainframe oscillo- 
scope, you can combine your logic analyzer with 
your analog oscilloscope and display the outputs 
of both at the same time. 



Display Formatters 

There are two Display Formatters available with 
the 7D01 Logic Analyzer— the DF1 and DF2 Both 
offer Timing, Mapping, and State Table Displays 
in Binary, Hexadecimal and Octal formats. The 
DF2 offers additional formats for IEEE-488/GPIB 
and ASCII 

The Display formatters are dedicated for use with 
the 7D01. They provide complete alphanumeric 
character generation, so that the logic analysis 
package can be used in mainframes without CRT 
readout (mainframe Option 01). 

There are also two modes of automatic data 
acquisition in the DF1 and DF2 which compare 
the entire 7D01 memory to the reference memory. 
If a difference is detected, the difference and 
location will be intensified in the display, read out 
at the top of the CRT, and the number of resets 
required to find the error will be displayed This 
function, called RESET IF 7D01 = REF, allows full 
comparison of stored and newly acquired data. 
To compare only the tables selected by the 
cursor control, use RESET IF TABLES = . 



7D0 1 TRIG ♦2 4 


REF TRIG 


♦ 1 9 


CSC) 




793E 


014 




F9 3F 


A563 




*560 


63 66 




8361 


1567 




45 62 


1368 




C363 


9569 




23 6 4 


95 69 




A3 63 


5568 




6566 


33 bC 




E567 


5560 




1568 


73 bE 




9569 


73 67 




336A 


•075 




D36B 


80 71 




336C 


4D72 




B56D 


CO 7 3 




73 6E 


0125 


TRIG 


D12B 



Digital Latches 

The DL2 and DL502 Digital Latches extend the 
7D01 Logic Analyzer s measurement capabilities 
by detecting narrow pulses in a data stream that 
cannot be captured by a logic analyzer alone 
Operating in an asynchronous mode, the 16 
channel Digital Latches can detect spikes or 
glitches between system clock edges that are 
narrower than the sample clock interval or as 
narrow as 5 ns. 



High Impedance Probes 



18 Bit Word Recognizer 



Clock Qualifier 



64 






TEK 



LOGIC 

ANALYZERS 



7D01 CHARACTERISTICS 

The 7D01 acquires 4, 8, or 16 Ch of data and stores the data m 
a 4 k memory Data storage format is selectable as 4 Ch X 
1016 bits. 8 Ch X 508 bits, or 16 Ch X 254 bits 
Data sampling can be asynchronous (internal dock) or syn- 
chronous (external dock) In asynchronous modes, sampling 
rates can be selected up to 100 MHz in the 4 Ch mode, up to 
50 MHz in the 8 Ch mode, or up to 20 MHz in the 1 6 Ch mode 
External sampling docks up to 50 MHz can be used in the 4 
and 8 Ch modes, and up to 25 MHz in the 16 Ch mode 
SIGNAL INPUTS 

Clock. Qualifier, and Data Input Source— Two multi-lead 
P6451 Probes provide connections for 9 Ch (9 input and 
ground) each Ch 0-7 and clock are through probe 1 . and Ch 8- 
15 and qualifier are through probe 2. Each probe attaches 
through a 25 pin connector at the 7D01 front panel 

Clock Qualifier — Setup Hold 

P6451 20 ns 0 ns 

•External 11 ns 7 ns 

‘Measured at external BNC jack. For 0 ns hold time. 42 inch 
BNC coaxial cable is recommended. 

Input Impedance — 1 MU paralleled by 5 pF (at probe head) 
Threshold at Probe Tips — Front panel switch selects fixed 
TTL ( + 1 4 V ±0.2 V). variable ( ± 12 V) or split (variable for top 
probe. TTL for bottom probe) Front panel jack monitors vari- 
able threshold only. 

Minimum Logic swing — 500 mV plus 2% of threshold voltage 
p-p or less, centered on the threshold voltage 

Maximum Logic Swing 40 V or less, to at least threshold 

voltage plus 10 V (Max non-destructive input ±40 V ) 

MEMORY 



Storage — 4096 bits. 

Format — Front panel selectable 



Data Channels 


Bits per 


Displayed 


Channel 


0-3 


1016 


0-7 


508 


0-15 


254 



SAMPLING RATE 

Asynchronous (internal clock) — Sampling Intervals are se- 
lectable from 10 ns to 5 ms in 18 steps using a 1-2-5 sequence 



Data 

Channels 

Displayed 


Maximum 

Sampling 

Rate 


Minimum 

Sampling 

Interval* 


Min. Data 
Pluse 
Width* 


0-3 


100 MHz 


10 ns 


15 ns 


0-7 


50 MHz 


20 ns 


25 ns 


0-15 


20 MHz 


50 ns 


55 ns 



‘Minimum data pulse width to insure recording is one sample 
interval + 5 ns. 

Synchronous (external clock) — ± or edge of dock pulse 



can be selected to initiate sample 



Data 

Channels 

Displayed 


Max. 

Clock 

Freq. 


Minimum 

Clock 

Width* 


Data 

Set-up 

Time 

Required 


Data 

Hold 

Time 

Required 


0-3 


50 MHz 


10 ns 


20 ns 


0 


0-7 


50 MHz 


10 ns 


20 ns 


0 


0-15 


25 MHz 


20 ns 


23 ns 


0 



•High and low clock width. 

WORD RECOGNIZER 

Word Recognizer — 16 data inputs. Probe Qualifier and Ex- 
ternal Qualifier Output is true when iniaut conditions match set- 
tings (HI. X. LO). 

Asynchronous Mode 





Minimum 




Input Pulse Width 


Format 


(Asynchronous Mode) 


Any Single Channel 


10 ns or less 


Channels 0-3 


15 ns or less 


Any Other Combination 


20 ns or less 



Synchronous Mode 



Characteristic 


Time Requirement 


Minimum Setup Time 


12.5 ns or less 


Minimum Hold Time 


8.5 ns or less 



Async Filter — Rejects recognized words that remain true for 
less than an operator selected time period Period is variable 
from 10 ns to 300 ns 



W.R. Out Connector — A recognized word produces a dis- 
played trigger marker and a front panel output for triggering 



external circuitry 




Characteristic 


Requirement 


HI Level 


2 1.9 V 


LO Level 


s0.1 V 


Impedance (Rising Edge) 


50 n ±10% 



TRIGGER 

Source — Three-position switch provides selection of trigger 
source from among channel 0. external (External Trigger/Quali- 
fier Input), or internal word recognizer A display can also be 
obtained with front panel MANUAL TRIGGER pushbutton 
Channel 0 — Triggers on rising edge of CH 0 data. 

External Trigger/Qualifier Input Connector (EXT TRIG /- 
QUALIFIER INPUT) — 



Characteristics 


Requirement 


Threshold 


+ 1.4 V, ±0.2 V 




(TTL Level) 


Minimum Pulse Width 


15 ns 


Maximum Safe Input 


-5 V or less, 


Voltage 


to at least +10 V 



Tnggered Light — Indicates display trigger has occurred. 

CURSOR 

Word Selection — Cursor appears as a movable second in- 
tensified spot on the CRT display It is used to select and mark 
a word 

Coarse and Fine Position Controls — Coarse control moves 
cursor in increments of 16 sample intervals. Fine control moves 
cursor in increments of 1 sample interval. 

Cursor to Trigger Position CRT Readout — The difference in 
sample interval bits between cursor position and trigger posi- 
tion is displayed by the CRT readout at the top. right-hand 
portion of the CRT graticule (e g.. TRIG ± XXX). 

Cursor Position Binary Data — The logic state of each dis- 
played channel coincident with the cursor position is dismayed 
in Binary by the readout at the bottom of the CRT (HI - 1 . LO 
- 0 ) 



Trigger Intensified Marker — Intensified zone indicating the 
trigger point, selectable by a switch (DATA POSITION). 



Data Position 


Intensified Zone 


Switch Setting 


Location 


Pre-trigger 


Near extreme right of display 


Center-trigger 


Near center of display 


Post-trigger 


Near extreme left of display 



Tngger Intensified Marker Accuracy — Position of intensified 
zone with respect to word recognizer output 



Sample Interval 


Maximum 


Control Setting 


Bit Error 


10 ns 


+ 4 bits 


20 ns 


±3 bits 


50 ns to 5 ms 


±1 bit 



POWER 

Line Voltage Ranges — Determined by the 7000 Senes Oscil- 
loscope Mainframe 

Power Consumption — 32 W at nominal line voltage. 



ENVIRONMENTAL 

Temperature — Operating: 0°C to + 40°C. Nonoperating 
40°C to + 75“C. 

Altitude — Operating to 15.000 feet Nonoperating to 50.000 
feet 

Vibration — With the 7D01 and DF1 or DF2 combined, fre- 
quency swept from 10 to 50 cps at one minute pe. sweep 
Vibrate for 15 minutes along each of the 3 major axes at 0 015 
inch total displacement Hold 3 minutes at any major reso- 
nance. or if none, at 50 cps. Total time. 54 minutes. 

Shock — Operating and nonoperating: 30 g s. 1/2 sine 11 s 
duration. 2 shocks in each direction along 3 major axes, for a 
total of 12 shocks 

INCLUDED ACCESSORIES 
Two. P6451 Data Input Probes (010-6451-03). 

DF1 CHARACTERISTICS 

The DF1 reformats the output of the 7D01 in a choice of five 
display formats including Timing. Mapping and state table dis- 
plays in Binary. Hexadecimal and Octal. It imposes no signifi- 
cant electrical characteristics on the 7D01 which affect mea- 
surement parameters 

DF2 CHARACTERISTICS 

The DF2 reformats the output of the 7D01 in a choice of seven 
display formats including Timing. Mapping and state table dis- 
plays in Binary. Hexadecimal. Octal. ASCII and IEEE- 
488/GPIB It imposes no significant electrical charactenstics on 
the 7D01 which affect measurement parameters. 

INCLUDED ACCESSORIES 

GPIB Probe Adapter for the P6451 (103-0209-00). (A 24 pin 
IEEE Standard Connector with quick connection to the P6451 
Probe Head.) 

DL2 CHARACTERISTICS 

The 16 channel DL2 aids the 7D01 measurement capabilities 
by detecting narrow asynchronous pulses of less than one 
sample interval or as narrow as 5 ns in a data stream The DL2 
plugs into any compartment of a 7000 Series Mainframe Two 
25 pm connectors connect the DL2 with the 7D01. Data is 
acquired via two P6451 Probes which plug into the front panel 
of the DL2. 

Minimum Pulse Width to Initiate Latch — 5 ns. 

Minimum Amplitude to Initiate Latch — 500 mV centered at 
threshold 

Minimum Sample Interval Asynchronous Clock — 50 ns. 



ORDERING INFORMATION 



7 DO IF Logic Analyzer <7doi and 

DF1 Display Formatter) $5600 

7D01F2 Logic Analyzer (7D0i and 

DF2 Display Formatter) $6200 

7D01 Logic Analyzer $4200 

DF1 Display Formatter $1700 

DF2 Display Formatter $2300 

DL2 Digital Latch $1800 

DL 502 Digital Latch $1600 

7603 Oscilloscope* $2555 

Option 01 (Deletes one readout board) Sub $300 

7704A Oscilloscope* $3995 

Option 01 (Deletes one readout board) Sub $300 



To modify your present 7D01 to include the new clock qualifier 
feature order clock Qualifier* modification kit. 

040-0891-00 $170* * 



•See pages 155 through 175 in this catalog for details on these 
and additional 7000 Senes Mainframes. See pages 183 
through 204 for details on complementary 7000 Series Plug- 
ins 

“Price does not include installation 
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ACCESSORIES 



ACQUISITION PROBES 




P6406 Replacement Word Recognizer Probe — 

For SONY- /TEKTRONIX* 308 only 

(010-6406-01) $490 

P6107 Replacement Serial Data Probe — 

For SONY- /TEKTRONIX* 308 

010-6107-03 $105 

P6451 Replacement Active Probe — 

(010-6451-03) For 7D02 Option 01. WR 501, 7001. 7001 F. 
7D01F2. Two probes are needed for 16 channel 

operation — ..... $525 

(010-6451-05) For SONY*/TEKTRONIX* 308 only, with right- 

angle connector — $525 

P6452 8 Channels Data Acquisition Probe. For DAS 9100. 

010-6452-01 $700 

P6453 4 Channels 300 MHz High Speed Data Acquisition 
Probe. For 91A04/91AE04 

010-6453-01 $1500 

P6454 100 MHz Clock Probe. For 91A08 

010-6454-01 $250 



OPTIONAL ACCESSORIES 
Flying Lead Set, 5 in 

012-0987-00 (P6452) $40 

Flying Lead Set. 10 in (P6452) 

012-0746-00 $15 

Diagnostic Lead Set, 

012-1000-00 (P6452, P6455, P6456) $75 

Package of 10 ground (or VL) sense leads, 5 in, black with 
Pomona Hook Tip 

012-0989-01 (P6452, P6455, P6456) $50 

Package of 10 ground (or VH) sense leads, 5 in green with 
Pomona Hook Tip 

012-0990-01 (P6455, P6456) $50 

Package of 2 leads with grabber tips 

195-3659-00 (P6454) $15 

Package of 12 grabber tips 

020-0720-00 (P6451 , P6452, P6455, P6456) $33 

Package of 10 flat pack high speed gnppers 

195-1943-06 (P6453, P6454) $75 

Package of 10 dip pack high speed grippers 

195-2234-06 (P6453. P6454) $75 

BNC Cable — 50 U. 8 in 

(012-0076-00) (connect 7D01 to DL2) $17 

PATTERN GENERATOR PROBES 
P6455 8 Channel TTL/MOS Pattern Generator Probe 

010-6455-01 $550 

P6456 8 Channel ECL Pattern Generator Probe 

010-6456-01 $550 

Pattern Generator Lead Set, 9 in 

012-0926-00 (P6455, P6456) $65 

High Speed Pattern Generator Lead Set, 5 in harmonica 
012-1001-00 (P6455, P6456) $50 



DIP CLIP ADAPTERS 



40 Pin Low Profile Dip Clip — 10 cm cable (order M/F adapter 
below.) 

(015-0339-00) $40 

40 Pin Low Profile Dip Clip — 30 cm cable (order M/F adapter 
below) 

(015-0339-02) $40 

Male Adapter for 40 Pin Low Profile Dip Clip — For use with 
PM101 7D02 General Purpose Personality Module (or with in- 
dividual leads such as the 10-wide comb set 012-0747-00).. 

380-0560-05 $15 

Female Adapter for 40 Pin Low Profile Dip Clip — For use 

with dedicated 7D02 Personality Modules 

380-0647-01 $25 



SPECIAL PURPOSE LEAD SETS 
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1.10 Wide Comb — 10 in leads — grabbers not included 



(012-0747-00) $46 

2. 20 cm Individual Connectors — Grabbers not included. 

(012-0655-02) $70 

3. 10 Wide Comb — With Harmonica Connector 

(012-0800-00) $30 

4. Clothes Pin 1C Clip — 

(003-0709-00) $29 

5. GPIB Connector — 

(103-0209-00) $180 



6. 16 Pin Low Profile Dip Clip — Can be used with 14 or 16 



pin IC'S. 

(015-0330-00) $35 

7. Grabber Tip — 

(206-0222-00) $3.00 

8. 40 cm, Color Coded Replacement Lead Set* — For the 
P6450 Probe or the P6451 Probe 10 leads/set connects probe 
lead to 0.025 in, square pins. 

(012-0655-01) $40 

9. 40 cm Individual Connector* — 10 wire with Pomona 
Grabbers 

(012-0670-00) $65 

•Note: EMI can exist with the 40 cm length. This can be a 
problem if using a digital latch. 



Probe Holder — Clip-on holder accommodates probe pod for 



P6451 

(352-0473-01) $3.00 

BNC Cable — Used with the Digital Latch 
(012-0118-00) $16 







P6401 Logic Probe 

The small, lightweight, hand-held P6401 indicates 
the state of logic levels in TTL, DTL, or any other 
system with threshold between 0.7 and 2.15 volts. 
A strobe input can be used to detect the coinci- 
dence of logic signals at two points An indication 
of whether a logic pulse has or has not occurred 
can be obtained in a "store" mode 

Power may be obtained from the unit under test 
or any 5 V supply 

Two bright lights in the probe tip indicate condi- 
tion of the logic signal 

CHARACTERISTICS 

Low State Input Voltage Range — 0 V to +0.7 V ±0.125 V. 
High State Input Voltage Range — 2.175 V +0.125 V to Vcc. 
Minimum Recognizable Pulse Width — 10 ns. 

Impedance — =7.5 kii paralleled by =6 pF. 

Minimum Circuit Resistance for Open Circuit Indication — 
10 kii. 

Max Safe Input — ± 150 V (dc or RMS) 

Minimum Recognizable Strobe Pulse Width — 20 ns. 

Max Safe Strobe Input — ±30 V (dc or RMS). 

Strobe Input Impedance — 5.6 kit within 20%. 

Included Accessories — Hook Tip (206-0114-00), Strobe 
Lead (175-0958-01). Strobe Lead (175-0958-00), Probe Tip to 
0.025 in square pin adapter (206-0137-01), White Plug (348- 
0023-00), 2 Alligator Clips (344-0046-00). Accessory Pouch 
(016-0537-00) 

Order P6401 Logic Probe 

(010-6401-01) $135 

OSCILLOSCOPE PROBE 
ACCESSORIES 

Accessories to aid in probing digital circuits with standard oscil- 
losocpe probes may be found on pages 338 and 339. 
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DISPLAY 

DIVISION 

Vision is the most effective human channel of communi- 
cation Computer graphics translate computed data to 
quickly and easily understood visual forms. For statistical 
mapping or mechanical design, Tektronix provides 
monochrome and color displays, desktop computers, 
copiers, plotters, software and peripherals to answer the 
graphics needs of scientists and engineers. Mickey 
Westhoff, division sales manager for the Information 
Display Division presents two 4110 Series Computer 
Display Terminals, designed to be compatible with 
existing product lines and offer maximum efficiency with 
enhanced communications and local intelligence. 
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COMPUTER GRAPHICS 
PRODUCTS 



CONTENTS 



Computer Display Terminals 



4112 70 

4114 71 

4014-1/4015-1 72 

4016-1 73 

4027 A Color Graphics Terminal 74 

4025A 75 

4006/4010-1/4012 76 

PLOT 1 0 Graphics Software 77 

4041 Computer Controller 78 




Desktop Computers 

4054 79 

4052/4051 80 

ROM Packs 81 

PLOT 50 Graphics Software 82 

Peripherals 

4909 Multi User File System 84 

4662 Interactive Digital Plotter 85 

4663 Interactive Digital Plotter 87 

461 1 Hard Copy Unit 88 

4612 Hard Copy Unit 89 

4631 Hard Copy Units 90 

4632 Video Hard Copy Units 90 

4642 Matrix Printer 91 

4643 Matrix Printer 91 

4923, 4924 Digital Recorders 92 

4953, 4954, 4956 Graphic Tablets 92 

4952 Joystick 92 

4907 File Manager 92 

4634 Imaging Hard Copy Unit 93 



"The Graphic Standard” 

Tektronix has set the standard in computer 
graphics for the past 13 years. We continue 
in the same tradition with the introduction of 
new products like the 4110 Series. De- 
signed to be compatible with existing prod- 
uct lines, the 4110 Series offers enhanced 
communications and local intelligence for 
maximum efficiency. These new products 
join a broad range of graphics equipment 
including desktop computers, color and 
monochrome display terminals, hard copy 
and storage devices, graphics software and 
peripherals. 

For additional product information and de- 
tails on interfacing, software and accessory 
support, please indicate your interest on the 
reply card enclosed in your catalog. 
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Raster Scan Monochrome Display 

Local Picture Segments 

2-D Transforms, True Zoom and Pan up to 3 
Memory Planes 

Compatible with TEKTRONIX 4010 Series 



New economies of communications traffic 
and CPU time. The 4112 capitalizes on many 
conveniences and special capabilities of a raster 
scan display Designed to satisfy a broad range 
of evolving needs, from basic line graphs to high 
density design, the 4112 provides access to an 
unusually wide assortment of graphics capabili- 
ties Its powerful local intelligence keeps user 
interactivity high and host dependency low 

The 4112 is designed to be compatible with the 
popular Tektronix 4010 Series of computer dis- 
play terminals Programs developed for the 4012 
or 4014, for example, may require only minor 
software revisions— mostly to account for new 
expanded capabilities— in order to run on the 
4112. By using the modular device drivers and 
advanced feature support of the TEKTRONIX 
PLOT 10 Interactive Graphics Library (IGL), up- 
dating existing programs for the new 4112 fea- 
tures is a simple process. 

In addition, there is great commonality among all 
members of the new 4110 Series The selection 
allows you to specify the best terminal for each 
need, without significant investment in increased 
operator training or software. 

The 4112 offers a bright, flicker-free 381 mm (15 
in) raster scan display with a viewable resolution 
of 640 x 480 points, augmented by 4096 x 4096 
point addressability and by zoom and pan 



In addition, the user can specify as many as 64 
viewports for simultaneous display of multiple 
design perspective, or for any other consolidated 
presentation of related information. Each viewport 
can be zoomed into and out of individually 

The 4112 incorporates several valuable local fea- 
tures that enhance user interactivity and graphics 
capacity, while radically reducing the load on the 
host and the volume of communications traffic. 
These features include: 

Local picture segments. A local picture seg 
ment is a group of graphic primitives that de- 
scribes a portion or segment of a picture These 
primitives are retained in the terminal’s memory to 
be redrawn and manipulated at any time by using 
the 4112 s local ’segments" capability Eight 
programmable function keys are provided for 
user-definable functions that may be used locally. 

Schematic components, symbols, titles and text 
can be defined as segments, for example, then 
stored in local memory and redrawn when need- 
ed, with minimal computer time and communica- 
tions traffic required 

2-D Transforms. Local segments may also be 
rotated, scaled or moved around the screen, by a 
simple command from the host processor. 

Zoom and pan. An addressable display space 
of 4096 x 4096 points is accessible locally by 
simple, key-actuated zoom and pan or via the 
host. The thumbwheel controls are used to pan 
the display with a rectangular cursor and to set 
the viewport dimensions of the magnified image 

Multiple display memory planes. Optionally, 
two additional bit map buffers, or memory planes, 
may be added to the 4112, providing as many as 
three display surfaces. This capability enables a 
number of effects, including overlays of text 
and/or graphic information 

Tektronix offers maintenance training classes on instru- 
ments in the 4112 Intelligent Terminal. For further training 
information, contact your local Sales Office or request a 
copy of the Tektronix Customer Training Catalog on the re- 
turn card. 



Secondly, the memory planes can be used to 
create gray scale effects, with up to eight shades 
of gray/displayable at once. A panel flooding 
feature enables easy fill-in of closed figures with 
gray scale or with patterns. 

Definable dialog area. At any time, the user 
can specify the size and position of the region 
where communications between terminal and 
host are displayed This dialog area is scrollable 
by the thumbwheels, allowing for easy recall of 
previous communications. 

Memory. The standard 4112 memory consists of 
32k bytes of RAM and 72k bytes of ROM It is 
expandable incrementally up to a total of 672k 
bytes RAM 

An optional, integral flexible disk drive can be 
specified to add a total 494k bytes per disk of off- 
line mass storage with disk drive. 

CHARACTERISTICS 

DISPLAY 

Medium — Raster-scan CRT. 

Display Area — 220 mm x 254 mm (8.6 m x 1 1.5 in). 

Phosphor Type — White P4 

Scan Type — 60 Hz non-interlaced or 50 Hz non-interlaced 
(optional) 

KEYBOARD 

Normal Keyboard — 72 typewriter paired upper and lower 
case, programmable and auto repeating (seven lighted) 

8 user-definable programmable function keys. 4 terminal con- 
trol keys, and 4 special keys for zoom and pan functions 
Other Controls — Thumbwheels contol graphic cursor, zoom- 
pan function, and scrolling. 

ALPHANUMERIC MODE 

Standard Character Set — Full ASCII set of 94 displayabie 
characters 

GRAPHICS MODE 

Resolution — 640 horizontal by 480 vertical pixels. 
Addressability — 40% x 4096 points. 

Gray Scale — Eight levels of gray scale are provided if two 
optional (three total) memory planes are included 
Interactive Graphics — Thumbwheels in the keyboard control 
a graphic cursor The graphic cursor may have its shape de- 
fined by the user (with hardware cross-hairs as default). The 
user can also control zooming, scrolling, and the alpha cursor 
position by keyboard keys 

Computer Interfaces — Basic data communications interlace. 
EIA RS-232C compatible, full or half-duplex 
Flexible Disk Characteristics — (Option 42) 

8 in single-sided double-density disk. 

Direct memory access 



ORDERING INFORMATION 



4112 Computer 

Display Terminals $9600 

Option 42 Add $2800 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



70 




TEK 



cna 

4114 



Direct View Storage Tube 

Local Picture Segments 

2-D Transforms, Refresh Support and Fast 
Redraw 

Compatible with TEKTRONIX 4010 Series 



New standards of fast graphics throughput. 
Enhanced user interactivity with reduced 
host overhead. The 41 14 has been designed to 
satisfy the evolving needs of graphics users for 
faster, more versatile throughput in high density 
graphics applications Its local intelligence and 
expandable memory can significantly reduce the 
delays and costs associated with over- 
dependence on the host computer 

The 4114 has been designed to be compatible 
with the popular TEKTRONIX 4010 Series of 
computer display terminals Programs developed 
for the 4014, for example, may require only minor 
software revisions — mostly to account for ex- 
panded capabilities— in order to run on the 4114. 
By using the modular device drivers and ad- 
vanced feature support of the TEKTRONIX PLOT 
10 Interactive Graphics Library (IGL), updating 
existing programs for the new 4114 capabilities is 
a simple process 



In addition, there is a great commonality among 
all members of the new 4110 Series: project 
teams can share programs and peripherals while 
utilizing the 4110 Series terminal best suited for 
each application s need 

The display: more to see than ever. The 4114 
is designed around a 483 mm (19*inch) direct- 
view bistable storage tube Its 4096X by 4096Y 
addressable points (4096X by 3120Y displayable 
points) provide resolution high enough for the 
most complex engineering and scientific graph- 
ics The 4114 offers enhanced text display with as 
many as 16 hardware-generated sizes of stroke 
upper-and-lower case ASCII characters A large 
number of dot-dash line styles and markers, plus 
rubberbanding capability, simplify graphics devel- 
opment Thumbwheel-controlled symbols enable 
easy placement and revision of display elements 

An intelligent evolution of graphics efficien- 
cy. Through its advanced local intelligence and 
its capacity to do much more per host command, 
the 4114 achieves new standards of productivity 
Specific features of this intelligence include: 

Local picture segments. A segment is a group 
of graphic primitives describing a portion or seg- 
ment of a picture, retained as a unit in local 
memory to be redrawn or manipulated at any time 
by using the 4114 s local "segments’ capability. 



2-D transforms. Local segments can be rotated, 
scaled or moved around the screen, with only a 
simple command from the host. 

Refresh support. More than 1500 cm or approxi- 
mately 3000 short vectors of flicker-free refresh 

Color enhanced refresh option for easy rec- 
ognition of refresh information, for high densi- 
ty applications and those with a great deal of 
refresh manipulation, the Color Enhanced Refresh 
(Option 31) presents all refresh vectors in amber, 
for clear contrast with stored vectors 

Memory. Standard 4114 memory includes 32k 
bytes of RAM and 56k bytes of ROM RAM 
memory is expandable up to 800k bytes total. 

Fast redraw augments the powers of local 
intelligence. 26,000 short vectors may be 
redrawn in under 1/2 s. 

Definable, refresh dialog area. The user may 
define the size and location of a scrollable dialog 
area— all in refresh This area can be redefined 
and repositioned at any time. 

Mass storage option. Single or dual integral 
flexible disk drive mass storage may be specified, 
for convenient local storage of segments, fonts, 
macros, and completed graphic displays. Each 
disk offers a 494k byte capacity 

CHARACTERISTICS 

DISPLAY 

Medium — Direct view storage tube 4096 x 4096 addressable 
points; 4096 x 3120 displayable points; Enhanced refresh; 
Fast redraw 

Display Area — 368.3 mm x 276.9 mm (14 5 in x 10.9 in). 

KEYBOARD 

Normal Keyboard — 72 typewriter paired upper and lower 
case, programmable and auto repeating, (five lighted). 

Eight user -definable programmable function keys 
Thumbwheels to control graphic cursor 

ALPHANUMERIC MODE 

Standard Character Set — Full ASCII set of 94 displayable 
characters 

Flexible Disk Characteristics — (Options 42 and 43) 

8 in single-sided double-density disk. 

IBM compatible soft-sectored recording format. 

Cyclic redundancy checking and automatic data recovery retry 

for reliability 

Direct memory access 



ORDERING INFORMATION 
4114 Computer Display Terminals . $17,500 

Option 31 Color Enhanced Refresh Add $2000 

Option 42 Single Flexible Disk and 

Disk Controller Add $2800 

Option 43 Dual Flexible Disk and Disk Controller Add $4200 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A ............... No Charge 



Tektronix offers maintenance training classes on instru- 
ments in the 4114 Intelligent Terminal. For further training 
information, contact your local Sales Office or request a 
copy of the Tektronix Customer Training Catalog on the re- 
turn card. 
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4014 - 1 / 4015-1 



483 mm (19 in), Direct- View Storage Display 

Selectable Formats in Alphanumeric and 
Graphic Modes 

High-Resolution, Interactive Graphics 
Capability 

Plug-In Intelligence Options 
APL Character Set Available 



We've added some intelligent choices to the 
choicest of graphics Tektronix' famous 4014-1 
has long been a favorite for display of large data 
bases and precise detail. Its flicker-free 483 mm 
(19 in) screen offers priced-right performance for 
applications in mapping, design, manufacturing, 
medicine, energy exploration and many other 
diverse disciplines 








Firmware options provide up to 26k of graphics 
memory for local symbols, stroke-drawn charac- 
ters. overlays, or background graphics which can 
be redisplayed on command from the host or 
keyboard Reduce data transmission as you 
redraw portions of your graphics from local mem- 
ory and generate circles and arcs by a single 
command. Add local scaling, rotation, and clip- 
ping of graphics Buffered communications with 
the host and keyboard Reduce CPU connect- 
time trough local control of graphic tablets, plot- 
ters, and tape and disk storage A variety of 
optional intelligence designed to help you keep 
up with new methods in mapping, process layout, 
financial graphing and many other applications 




Big Screen Big Features The 4014-1 and 4015-1 
offer 1024 (X) by 780 (Y) displayable points 
standard and up to 4096 (X) by 3120 (Y) 
displayable points with the optional Enhanced 
Graphics Module Its 12 million point capability is 
more than sufficient to solve most complex map- 
ping and design tasks Full 96-character ASCII 
includes four program-selectable alphanumeric 
formats which display up to 8512 characters at 
once 



Of course, the 4014-1 and 4015-1 are immediately 
compatible with the full range of Tektronix 
peripherals, including the 4631 and 4611 Hard 
Copy Units, the 4923 Digital Cartridge Tape Re- 
corder, B-Size 4662 and C-Size 4663 Interactive 
Digital Plotter, plus others Optional minibus ex- 
tender allows expanded accessory and peripher- 
al capability And TEKTRONIX PLOT 10 Software 
provides a library of proven graphics packages 
PLOT 10 offers versatile modular software for all 
levels of users PLOT 10 Terminal Control System 
to link to existing applications, PLOT 10 Easy 
Graphing for rapid generation business or scienti- 
fic graphs For device independent applications 
projects add our PLOT 10 Interactive Graphics 
Library 




Previews and overviews. Interactive preview- 
ing on the 4014-1 can lop considerable time off 
normal plotter trial-and-error As a cartographer's 
tool, for instance, the 4014-1 will draw precise 
maps of cities, states, and land formations, and 
isolate and enlarge those areas you choose 

The 4014-1 has become standard equipment to 
many phases of research, medicine, engineering, 
business, energy-related fields, cartography, 
manufacturing and others where its 
price/performance practically lends itself 

CHARACTERISTICS 

Display Medium — Direct View Bistable storage CRT 
Display Area — 381 mm x 279 mm (15 in x 11 in). 
Alphanumeric Mode — 4014-1 Full ASCII character set (94 
printing characters). 

4015-1 Full ASCII and APL character sets (188 total printing 
characters) 

Character Format — Four program-selectable formats 

1) 74 characters per line with 35 lines per display 

2) 81 characters per line with 38 lines per display 

3) 121 characters per line with 58 lines per display 

4) 133 characters per line with 64 lines per display 
Alphanumeric Cursor — 7 x 9 dot pulsating cursor 
Keyboard — Typewriter paired upper and lower case with 
auto repeating Keys 4015-1 adds APL character set. 

Graphics Mode — Vector drawing time 5.000 in/s (127 m/s). 
Information Density — 1024 (X) by 1024 (Y) addressable 
points (10 bits) 1024 (X) by 780 (Y) viewable points. 



Interactive Graphic Mode — Thumbwheel controlled cros- 
shair cursor 3 thru 1024 addressable points horizontally. 0 
thru 780 addressable points vertically 

Computer Interfaces — Basic Data Communication Interface. 
EIA RS-232-C compatible Full Duplex 
We also offer a range of optional interfacing designed for com- 
munications with most of the widely used mainframes and 
minicomputers 



ORDERING INFORMATION 



4014- 1 Computer Display Terminal with 

Standard Data Communications 
Interface $14,775 

Option 34. Enhanced Graphics Module 

(factory installed only) Add $925 

4015- 1 Computer Display Terminal with 

Standard Data Communications 
Interface $16,900 

Option 34, Enhanced Graphics Module 

(factory installed only) Add $925 



OEM terms available on these products. 



Tektronix offers maintenance training classes on instru- 
ments in the 4010 DVST Graphic Terminal Series. For fur- 
ther training information, contact your local Sales Office or 
request a copy of the Tektronix Customer Training Catalog 
on the return card. 
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4016-1 



636 mm (25 in) Direct-View Storage Display 

High-Resolution, Flicker-Free Graphics 

Selectable Formats in Graphic and 
Alphanumeric Modes 

Plug-In Intelligence Options 



The easiest viewing, most exceptional graphics 
ever. The 4016-1 was built for designers of elec- 
tronic circuit boards, utility networks, automotive 
components, schematic diagrams, street maps or 
similar applications who need to work with fine 
detail while maintaining the total picture 
perspective 

With its big 636 mm (25 in) diagonal screen. 4096 
(X) by 3120 (Y) viewable points, and finely etched 
10 mil wide vectors, the 4016-1 is uniquely suited 
for displaying highly complex graphics Using a 
Direct View Storage Tube (DVST) display, graphic 
lines are sharp, stable and flicker-free, simplifying 
the study of fine details Thumbwheel-controlled 
crosshair cursor makes it easy to interactively 
manipulate the display 



Over 15,000 displayable characters Besides en- 
abling display of more high density graphic infor- 
mation than any other terminal available, the 
4016-1 provides high density alphanumerics for 
applications, from graphic labeling to newspaper 
page layout Over 15,000 characters may be 
displayed simultaneously and may be formatted 
as 179 alphanumeric characters per line, like a 
line printer, or in two 85 character columns, like an 
open book 

Three other larger character formats are standard 
with the 4016-1, the largest of which is suitable for 
group viewing 

Complete TEKTRONIX 4014-1 compatibility The 
4016-1 is compatible with 4014-1 application soft- 
ware, communication support, and other 
Tektronix peripheral devices The 4016-1 is sup- 
ported by the family of PLOT 10 Software 
products 

Plug-in intelligence Using the modular 4010 bus 
structure, add-on low-cost options include up to 
26k of usable graphics display memory, scaling, 
relative graphics, clipping, circular arc generation, 
rotation by 1° increments, user definable stroke 
characters, programmable keyboard, GPIB inter- 
facing to the intelligent 4924 Digital Cartridge 
Tape Drive, 4907 File Manager, and 4662 and 
4663 Interactive Digital Plotters, plus the 4953 or 
4954 Graphics Tablet 



Commands also allow a user to digitize data with 
distance, time, or gradient filtering; edit graphics 
from a host computer, local 4907,4924 storage 
device or Option 40 programmable keys Imple- 
ment off-line plotting by accessing data via local 
storage devices 

Added enhancements The 4016-1 includes a 
convenient detachable keyboard and detachable 
display 

Other standard enhancements include hardware 
generated solid, dashed, and dotted lines; point 
plotting with software controllable point sizes and 
incremental "relative graphics" plotting 

Hard copy compatibility provides 216 mm x 279 
mm (8 1/2 in x 11 in) hard copies from our 
dependable, dry-process 4631 and 4611 Hard 
Copy Units 



CHARACTERISTICS 

Display Medium — Direct View Bistable storage CRT Written 
image bright green on green background 
Display Area — 454 mm x 340 mm (18 in x 13.5 in). 
Character Set — Full ASCII character set (94 printing 
characters). 

Standard Character Format 

1) 74 char/line by 35 lines 

2) 81 char/nne by 38 lines 

3) 1 33 char/line by 64 lines 

4) 179 char/line by 86 lines 
Optional Character Formats 

1) 74 char/line by 35 lines 

2) 81 char/line by 38 lines. 

3) 121 char/line by 58 lines 

4) 133 char/line by 64 lines 
Alphanumeric Cursor — 7 x 9 dot pulsating cursor 
Keyboard — Typewriter paried upper and lower case with 
auto repeating keys 

Graphics Mode — Vector drawing time is 8000 in/s (20.000 
cm/s). 

Information Display — 4096 (X) by 4096 (Y) addressable 
points (12 bits) 4096 (X) by 3120 (Y) viewable points. 

Vector Formats — 5 formats, including straight, dotted and 
dashed lines 

Point Plotting Modes — Point Plot Mode: special Point Plot 
Mode absolutely addresses points with program control of 
plotted point size Incremental Plot Mode relative addressing 1 
of 8 directions, one step at a time 

Interactive Graphic Mode — Thumbwheel controlled cros- 
shair cursor 0 thru 1023 addressable points horizontally 0 
thru 780 addressable points vertically 

Hard Copy Mode — Switch selectable hard copy of screen 
using the 4611 or 4631 Hard Copy Unit. 



ORDERING INFORMATION 
4016-1 Computer Display Terminal with 
Standard Data Communications 



Interface $18,000 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OEM terms available on these products. 



Tektronix offers maintenance training classes on instru- 
ments in the 4010 DVST Graphic Terminal Series. For fur- 
ther training information, contact your local Sales Office or 
request a copy of the Tektronix Customer Training Catalog 
on the return card. 



73 




TPl/ COLOR 
I Cr\ GRAPHICS TERMINAL 



CBa 



4027A 



Full Color Graphics and Alphanumerics 
PLOT 10 Compatible 
Fully Supported Color Capability 
Dynamic Displays Created Easily 



Tektronix makes it practical to add the color 
dimension The 4027A offers all the easy data 
entry, scrolling, and graphics capabilities of the 
Tektronix high performance 4020 raster-scan fam- 
ily. Most importantly, it provides the kind of fully 
supported color capability you could expect only 
from the world’s graphics leader 

Full-color graphics, easy to grasp Colors are 
selected from a 64-color palette with up to eight 
colors displayable simultaneously. For specifying 
lightness, saturation and hue, you’ll find the 
4027 A system as easy as it is versatile. 

Local capabilities include colored vectors, char- 
acters, symbols, and polygon fill. Firmware en- 
ables a second color to border the polygon ... and 
allows user selection of up to 120 different pat- 
terns or color combinations for special applica- 
tions. Because the capabilities are initiated by 
firmware, not software, 4027 A operation makes 
minimal demands on host computer 
communications. 



Easy-to-use graphic software For graphic repre- 
sentation, the 4027 A uses color-enhanced PLOT 
10 Easy Graphing Software Easy Graphing sim- 
plifies even non-programmer construction of up 
to six curves or colored bar charts, line graphs 
with special symbols and dashed lines, legends, 
titles, and grids 

For more general color graphic applications, 
Tektronix offers the new PLOT 10 Interactive 
Graphics Library. IGL is a highly modular package 
offering all the support commonly required in 
graphic applications such as 3-D, color panels, 
line smoothing and many character fonts PLOT 
10 IGL is upward and downward compatible with 
the full line of Tektronix graphic display terminals. 

Graphic input Graphic input capability consists of 
a graphic crosshair cursor controlled by graphic 
cursor keys. In addition to reporting the coordi- 
nates back to the host, the terminal also reports 
the color of the designated coordinate 

Up to 32k bytes of built-in display memory, and 
up to 192k bytes of graphic memory, allow the 
same scrolling, dual screen and multiple field 
formatting featured in other 4020 Series 
Terminals 

The optional video signal output allows connec- 
tion of the 4027A to external video displays for 
group viewing and presentations 



Gray scale representations of 4027A color dis- 
plays can be made with a TEKTRONIX 4632 or 
4612 Video Hard Copy Unit. Detailed, camera- 
ready color copies of graphs and alphanumeric 
data can be made on paper or acetate via the 
TEKTRONIX 4660 Series of Interactive Digital 
Rotters. 

To the standard full duplex, 4027A interface 
options add half duplex, current loop, polling 
interface and IBM 3270 compatible polling 
controller 

All this and alphanumerics, too. In addition to 
graphic capabilities, the 4027A’s extensive alpha- 
numeric capabilities include full ASCII, special 
and user-definable character sets, and 34 rows of 
80 characters 

CHARACTERISTICS 

Display Size — 254 mm x 191 mm (10 in x 7.5 in). 

Graphics — Standard with full screen crosshair cursor 
Color — 8 colors displayable. colors selected from a pallette of 
64 colors. 

Patterns — 120 user definable color patterns. 

Local Functions — Circle and pre generation, polygon fill. 
Other 4027 A Specifications — Same as 4025A. 

Order 4027A Color Graphics 

Terminal $10,000 

OEM terms available on these products. 




Tektronix offers maintenance training classes on instru- 
ments in the 4020 Raster Scan Terminal Series. For further 
training information, contact your local Sales Office or re- 
quest a copy of the Tektronix Customer Training Catalog 
on the return card. 
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4025A 




From Alphanumerics To Graphics 
ASCII Character Set and Finger Tip Editing 
Forms Ruling Option Available 



The 4025A creates the perfect marriage of alpha- 
numerics and graphics You can create and store 
multiple graphs in memory, create multiple 
graphs per page, and scroll graphics along with 
alphanumeric information 

The 4025A gives you the ability to expand a 
computer terminal from basic alphanumerics. to 
forms ruling and then to graphics No other 
terminal has such versatility up to and including 
the capacity for unsurpassed report generation 

Start with an ASCII character set and finger-tip 
editing In its simplest configuration, the 4025A 
can display a full 34 lines of 80 characters each 
on its 279 mm (12 in) diagonal display screen 
Complete upper-and lower-case ASCII character 
set is provided Green-on-black display with ad- 
justable brightness level keeps even long ses- 
sions easy on the eyes 

The 4025A Forms Ruling option can duplicate 
essentially any form. Visual attributes include 
enhanced blinking, inverted and underlined fields 
Logical attributes include protected fields, modi- 
fied, alphanumeric or numeric only 

The "send modify" command streamlines data 
entry by transferring only the modified, keyed-in 
data to the host The fixed format remains, ready 
for the next series of entries Develop or duplicate 
forms of any complexity with a variety of single 
and multiple horizontal and vertical rules selected 
from the Ruling Character Set Expandable mem- 
ory and scrolling let you create forms far beyond 
the length of the display screen 



To make data entry and editing easier, you can 
divide the display screen into two separate dis- 
play areas, each with independent scrolling You 
use the monitor area to communicate with the 
host and the workspace area for the form itself 

The PLOT 10 Easy Graphing Software package 
lets you interactively create bar charts with multi- 
ple shadings, histograms, log plots, pie charts 
and period axes, all with a wide variety of labeling 
options 

The keyboard, an office typewriter configuration, 
is immediately familiar to new users Pre defined 
editing keys simplify insertion, deletion and input 
of lines and characters Thirteen user-defineable 
keys, plus nearly all other keys on the keyboard 
can be redefined to generate a command or 
character string at the touch of a finger 

A 16k memory is standard with the 4025A display, 
expandable to 32k, allowing buffering and 
scrolling of hundreds and even thousands of 
words 

Using TEKTRONIX 4631 and 4612 Hard Copy 
Units you can duplicate on-screen and buffered 
displays of up to 80 characters by 53 lines The 
216 mm x 279 mm (8 1/2 in x 11 in) copies are 
clean, dry. and sharp For detailed, camera-ready 
copies of graphs and alphanumeric data, choose 
the TEKTRONIX 4662 Interactive Digital Plotter 
The dependable 4642 Printer gives you copies of 
alphanumeric output only The 4924 Digital Car- 
tridge Tape Drive provides an inexpensive meth- 
od of storing forms, graphic formats and other 
data 

Using the optional 4025A polling controller, you 
can poll multiple terminals on a single data com- 
munications line 



CHARACTERISTICS 

Display Size — Video monitor display on 229 mm x 163 mm (9 
in x 6 4 in) 

Raster Lines — Standard 525 line scan with 480 lines 
displayed 

Character Set — 64/96 upper and lower case ASCII (optional 
character sets available) 

Alphanumeric — Mode format is 34 lines. 80 characters per 
line, 2720 characters full screen 

Character — Generation — 7 x 9 in an 8 x 14 dot matrix 
(graphic cells are 8 x 14 matrix) 

Cursor — Wide underscore 

Baud Rate — Selectable to 9600 baud 

Graphics — Optional 



ORDERING INFORMATION 



4025A Computer Display 

Terminal $5200 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OEM terms available on these products 



Tektronix offers maintenance training classes on instru- 
ments in the 4020 Raster Scan Terminal Series. For further 
training information, contact your local Sales Office or re- 
quest a copy of the Tektronix Customer Training Catalog 
on the return card. 
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4006-1 

Low Cost 



Flicker-free High Resolution 



Graphic and Alphanumerics 



The 4006-1 is one of four solutions towards 
making interactive, high-resolution graphics 
affordable to cost-conscious disciplines and de- 
partments Priced no more than many alpha- 
numeric terminals, the 4006-1 makes graphic 
capability practical for the stock room, the class- 
room and the conference room as well as for 
other graphic applications. 

The 4006-1 connects readily to most mainframes, 
thanks to its RS-232-C interface With a screen 
capacity of 2590 alphanumeric characters in addi- 
tion to graphics capability, the 4006-1 can work in 
configuration with existing alphanumeric terminals 
to interpret statistics and coordinates into mean- 
ingful charts, tables, graphs and diagrams. 

CHARACTERISTICS 

Display Medium — Direct View Bistable Storage CRT. 
Display Area — 190 5 mm x 142.2 mm (7.5 in x 5.6 in). 
Alphanumeric Mode Format — 35 lines. 74 character per line 
2590 characters full screen 

Character Set — 63 printing characters (TTY ANSI Code) 
Character Generation — 5 x 7 dot matrix. 

Cursor — 8 x 8 dot matrix. 

Graphics Display Mode — Vectors only. Vector drawing time. 
3.6 ±0.2 ms 

Information Density — 1024 (X) by 1024 (Y) addressable 
points 1024 (X) by 780 (Y) viewable points. 

Baud Rate — Transmit and receive independently Selectable 
from 75 to 4800 baud 



ORDERING INFORMATION 
4006-1 Computer Display Terminal ... $3600 

Option 01, Data Communications Interface Add $385 



Tektronix offers maintenance training classes on instru- 
ments in the 4010 DVST Graphic Terminal Series. For fur- 
ther training information, contact your local Sales Office or 
request a copy of the Tektronix Customer Training Catalog 
on the return card. 




4010-1 



Supports Alphanumerics Plus Low-Cost 
Computer Graphics 

Convenient Bus Structure for Peripheral 
Add-On 



4012 



High-Resolution, Flicker-Free Graphics 

Full Upper and Lower Case ASCII 
Character Set 




Complete PLOT 10 Software Support 
Graphic Input 



The 4010-1 Computer Display Terminal is an easy 
to use, cost effective tool that brings out the best 
of Tektronix' famous graphics capability Included 
are flicker-free display, high-resolution graphs, 
charts, diagrams and renderings produced on a 
matrix of 1024 (X) by 780 (Y) viewable points and 
interactive graphics construction via thumbwheel 
cursor control. 

The standard TTY-style keyboard enables easy 
data entry Command of both alphanumeric and 
graphic display is so immediate that hours of 
hand drafting can become the matter of a few 
seconds 



Conventional Bus Structure For Peripheral 
Add-On 



The 4012 combines the world s leading graphics 
with complete alphanumerics Alphanumerics can 
tabulate computer data, but graphics can amplify 
that data into usable, immediately meaningful in- 
formation. High-resolution graphic presentations 
and the full upper and lower-case ASCII alphanu- 
merics are available in the 4012. 

The flicker-free screen provides up to 1024 (X) by 
780 (Y) viewable graphic points or as many as 
2590 A/N characters per display The TTY-style 
keyboard simplifies input while the thumbwheel 
controlled crosshair cursor enhances graphic 
interactivity With thumbwheel control, user can 
direct the X-Y cursor for speedy additions or dele- 
tions of data to the display screen 



CHARACTERISTICS 

Display Medium — Direct View Bistable Storage CRT. 
Display Area — 190 5 mm x 142.2 mm (7.5 in x 5.6 in). 
Alphanumeric Mode Format — 35 lines. 74 characters per 
line. 2590 characters full screen 

Character Set — 63 printing characters (TTY ANSI Code). 
Character Generation — 5 x 7 dot mathx with MOS Read- 
Only Memory 1200 characters per second 
Cursor — Pulsating 5x7 matrix. 

Graphic Display Mode — Vectors only Vector drawing time 
2 6 ms. 

Information Density — 1024 (X) by 1024 (Y) addressable 
points 

1024 (X) by 780 (Y) viewable points 

Graphic Input Mode — Thumbwheel controlled cross-hair cur- 
sor 3 through 1023 (X) 0 through 780 (Y). 



CHARACTERISTICS 

Display Medium — Direct View Bistable Storage CRT. 
Display Area — 203 mm x 1 52 mm (8 in x 6 in). 
Alphanumeric Mode Format — 74 characters per line. 35 
lines per display. 2590 characters per display 
Alphanumeric Cursor — Pulsating 7 x 9 dot matrix 
Character Set — 94 printing characters on 7 x 9 dot matrix. 
(Full ASCII code) 

Character Size — 85 mils x 105 mils. 

Character Generation — 7 x 9 dot matrix with MOS Read- 
only Memory 1.000 characters per s. 

Graphic Mode — Vectors only Vector drawing time 2.6 ms 
Graphic Matrix — 1024 (X) by 1024 (Y) addressable points. 
1024 (X) by 780 (Y) viewable points. 

Graphics Input Mode — Thumbwheel controlled cross-hair 
cursor 3 through 1023 (X) 0 through 780 (Y). 



ORDERING INFORMATION 
4010-1 Computer Display Terminal with 
Standard Data Communication 



Interface $5900 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



ORDERING INFORMATION 
4012 Computer Display Terminal with 



Standard Data Communication 

Interface $7850 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 
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OEM terms svailable on these products. 




TEK 



COMPUTER GRAPHICS 
SOFTWARE 




PLOT 10 

Graphic Software Library 



ORDERING INFORMATION 

For 4110, 4010 Series Terminals 4006-1, 4025A 
and 4027 A color display 

Tools for easy use of graphic and alphanumeric 
capabilities of Tektronix Terminals 

4010A01 PLOT 10 Terminal Control 
System $1500 

4010A10 PLOT 10 Terminal Control 

System, Implementation for IBM 

with TSO $1750 

Versatile software to graph your data 
using a powerful set of FORTRAN IV 
subroutines. 

4010A02 PLOT 10 Advance 

Graphing II $2000 



PLOT 10 is the world’s leading commercial graph- 
ics library. Versatile, modular, and fully 
documented, it lets you start with only the code 
you need to do your job, then expand with 
modules and utilities to develop more sophisticat- 
ed or specialized applications. PLOT 10 builds to 
high-level, "cookbook- solutions such as English- 
like commands for business applications and 
other non-programmer environments. 

PLOT 10 Includes the following packages: 
Terminal Control System (TCS) — A compos- 
ite of FORTRAN IV subroutines. TCS contains the 
basic building blocks for all graphic operations. It 
permits modular as well as system independent 
programming, and supports such basic graphic 
functions as windowing, clipping and rotation for 
DVST terminals and 4660 Series Plotters 

Plotter Utility Routines — These routines link 
your data base, terminal and TEKTRONIX 4660 
Series plotters to enable easy, powerful com- 
mand of multicolored graphs, charts, maps and 
renderings. Digitizing is just as versatile by using 
the built-in joystick. 

Advanced Graphing Package — AG II subrou- 
tines let a programmer tailor the size, shape and 
format of graphs, specifying more than 40 graph- 
ic elements. 

Interactive Graphing Package — IGP simpli- 
fies the task of graph storage, editing, recall and 
updating, so a user with little or no programming 
experience can create a presentation quality 
graph, on DVST terminals. 

Easy Graphing — A straight forward English 
language command structure that gives the non- 
programmer wide-ranging command of graphics 
in business and engineering decision-making 
tasks 

Interactive Graphics Library — IGL is a 

uniquely modular system of 1/0, device drivers, 
primary commands and advanced feature sup- 
port that lets the user move at will among any 
Tektronix display devices or technology. Ad- 
vanced options such as color panel filling, many 
character fonts, segments and 3-D may be 
added 



Powerful graphing through English lan- 
guage commands for the non-programmer 
4010A03 PLOT 10 Interactive Graphing 



Package $2250 

Correct your graphics easily with a 
Tektronix Terminal before plotting. 

4010A04 PLOT 10 Preview Routines for 
Cal Comp Plotters $500 



Provides complete flexibilty of char- 
acter definition, including rotation, 
scaling, and special characters. 

4010A05 PLOT 10 Character 

Generation System $225 

Point by point TEKTRONIX 4953 and 
4954 support, plus pencil and paper 
input ease for many computer systems. 
4010A06 PLOT 10 Graphic Tablet 
Utility Routines $200 

Office machine simplicity for the pro- 
duction of the most popular formats 
in graphing. 

4010B01 PLOT 10 Easy Graphing 



Punch Paper Tape $1380 

4010B02 PLOT 10 Easy Graphing 

026 Format Punched Cards $1380 

4010B03 PLOT 10 Easy Graphing 
Magnetic Tape $1950 

4010B04 PLOT 10 Easy Graphing 

RK-05 Hard Disk $1480 

4010B05 Easy Graphing 

029 Format Punch Cards $1380 



Designed for device independent control of 
DVST, raster scan displays, and plotters. Offers a 
growing array of graphics control functions such 
as commands for color, 3-D, line smoothing, and 
multi font text manipulation. Provides graphic 
segments support for fast creation and mainte- 
nance of picture data bases. Developed in re- 
sponse to proposed ANSI graphics standard 

4010C01 PLOT 10 Interactive Graphics 
Library $2500-10,000 
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4041 



GPIB 

ME EE -4M I 

The 4041 is designed to comply with IEEE Stan 
dard 488-1978 and with Tektronix Codes and 
Formats Standard 



Optimized for Instrumentation Control 

Modular Design - Rackmount or Portable 

Efficient, Easy to use BASIC Language with 
Extensions 

Expandable Capability Through Memory (to 
160 k Bytes) and Other Options 



The new 4041 Controller is a powerful, flexible, 
expandable IEEE -488 systems controller de- 
signed to work with Tektronix and other vendor s 
IEEE-488 instruments. While the basic unit is 
intended principally for execute only environ- 
ments such as production line testing, a variety of 
options and peripherals will equip the 4041 for full 
interactive flexibility in research lab applications 
Tektronix full line of terminals (graphics or alpha- 
numeric, storage or raster, and color) are com- 
patible to create an optimum programmer inter- 
face in the more sophisticated areas Software 
features similarly span the range from the occa- 
sional programmer to the sophisticated program- 
ming team tackling complex products The basic 
4041 compactness, permits configuration of very 
compact systems which can go into applications 
impractical for earlier generations of systems. 

4041 Architecture 

The 4041 controller contains three micro-proces- 
sors, with the CPU being the powerful 16-bit 
68000 Standard memory is 32k bytes (approxi- 
mately 25k user-available), with optional 32k incre- 
ments to 160k maximum. A 20-character alphanu- 
meric LED display, 20 character thermal printer, 
DC- 100 casette drive, 18 function keys, an IEEE- 
488 port, and a RS-232 port are standard. A real 
time clock and calender capability are standard 
on the 4041 Option 01 adds a second pair of 
ports (one IEEE-488 and one RS-232). The Option 
01 IEEE-488 port has Direct Memory Access 
capability Other options include an 8-bit parallel 
TTL port, (Option 02) the program development 



ROMs and carrier (Option 30), and a program 
development/debug keyboard (Option 31). BASIC 
is an excellent language, and was chosen for the 
4041 Its English-like commands, simple syntax, 
and line-by-line interpreter implementation com- 
bine for friendly, easy use. To improve the self- 
documenting characteristics and thus reduce 
maintenance costs, 4041 BASIC is enhanced by 
several features Variable names may be up to 8 
characters, allowing the programmer to select 
meaningful names like RISETIME, VOLTAGE 1, or 
DELAY Subprograms and program lines may be 
named, with examples such as SRQHANDL or 
CALCRMS 

4041 BASIC includes many enhancements such 
as FORTRAN-like subprograms Variable passing 
from main to subprograms and the ability to 
declare any variables as local or global means 
that a team of programmers can work quite 
independently on a massive task, with the mam 
program ultimately being not much more than a 
series of subprogram CALL statements. Other 
powerful features include optional data types 
(short and long floating point plus integer), a 
COMPRESS command to optimize memory use, 
a proceed mode which overlaps I/O and process- 
ing operations for maximum system speed, logi- 
cal unit assignment capability, and up to 160k 
bytes of memory directly addressable without 
overlays or paging techniques 

Test and Measurement Orientation 

The 4041 controller was developed and optimized 
as an instrument controller Many of the IEEE-488 
functions are simple high level commands in 4041 
BASIC Examples include ATN, GET, LLO, and 
several others. In its power-up default condition, 
the 4041 implements Tektronix Codes and For- 
mats standard and thus can communicate in- 
stantly with Tektronix IEEE-488 instruments with- 
out any programmer attention to formats, syntax, 
delimiters, number format, etc However, the 4041 
also has virtually complete, programmable control 
over every IEEE -488 line and condition When this 
ability is combined with the 404 I s Logical Unit 
assignment and stream specification ability, virtu- 
ally any IEEE -488 instrument or device can be 
easily handled The stream specification ability 
means that a particular device s format, syntax, 
end-of-message character, and other idiosyncra- 
sies can be described one time in a Logical Unit 
assignment statement Thereafter, the program- 
mer can control or obtain data from that instru- 
ment as easily as from an instrument which fully 
complies with Tektronix Codes and Formats 
Standard 

The error trapping and handling capabilities of the 
4041 are of particular importance in test and 
measurement systems. Virtually any category of 
error — in instruments, peripherals, on the bus, or 
even within the 4041 — can be trapped and 
handled by software drivers 

MAGNETIC TAPE DRIVE 
File Structure — 48 named files (max). 

Capacity (physical records) — 650 typical (600 min). 

Physical Record — 256 bytes 

Average Transfer Rate — 13,324 bits per s. 

Search Speed — 1 520 mm/s 60 in/s . 

Tape Rewind — 1520 mm/s 60 in/s. 

Tape Cartridge — DC 100 cassette 



PRINTER 

Printing Method — Thermal, fixed head 
Capacity — 20-character alphanumeric line 
Font — 5 x 8 dot matnx printed 

Character Size — 2 5 mm high x 1.8 mm wide (.10 in high x 
.07 in wide) 

Line Spacing — 4.23 mm (6 lines per in). 

Printing Speed — 18 lines/s 

Feed Speed — 8 46 mm per s ( 34 in/s). 

Character Set — 128 Total 

Paper Size — 60 mm x 25 m (2.36 in x 82 ft) 



CONTROLLING THE BUS 

The 4041 automatically controls all bus management signals in 
the proper sequence for the desired interface task and instru- 
ment interaction. 

A bus management function program that uses direct IEEE- 
488 mnemonic commands accommodates differences in imple- 
mentation of GPIB on other equipment Virtually all legal bus 
states can be programmed this way. which affords a high de- 
gree of flexibility for addressing various system applications 



BUS INTERRUPTS 



The 4041 has the ability to detect and respond to various types 
of interrupt conditions that can be generated in the GPIB User- 
specified software handlers can be written to perform various 



tasks when these conditions occur Interrupts can be program- 
mably ENABLED or DISABLED 
Interrupt conditions are 



Mnemonic 

SRQ 

EOI 

IFC 

DCL 

GET 

TCT 

MTA 

MLA 



Message 

Service Request 
End or Identify 
Interface Clear 
Device Clear 
Group Execute Trigger 
Take Control 
My Talk Address 
My Listen Address 



BUS COMMUNICATION 

Interface and bus device addressing are programmable This 
allows the user to direct message and data flow to and/or from 
the appropriate interface and GPIB peripheral Information 
such as primary and secondary addressing, along with perti- 
nent device-dependent information, can be attached to a spe- 
cific logical unit number Subsequent communication with that 
GPIB device can be directed to the logical unit, eliminating the 
need for redundant or repetitious statement programing 



TRANSFER RATES (IEEE-488) 

Transfer rates for the standard interface are given below 

Input Output 

Interrupt Mode Exceeds Exceeds 

5k Bytes/s 5k Bytes/s 

Fast Mode Exceeds Exceeds 

16 5k Bytes/s 19.5k Bytes/s 



SERIAL INTERFACE 

The 4041 comes with a standard serial asynchronous RS- 
232C Interface The 4041 can support applications requiring 
terminals, modem/host communication, or instrumentation with 
this interface protocol 

In addition to standard transmission rates from 75 to 9600 
baud, transmission rates are programmable to any integer 
ranging from 2 to 9600 baud 

Full Duplex — Full Capability (half duplex not supported) 

Trantmit/Receive — Matched rate only 

Bits Per Character — 5. 6. 7. or 8 bits 

Stop Bits — 1 or 2 

Parity — Even. Odd. One. Zero, None 



For a complete description and ordering in- 
formation, refer to pages 292-294. 
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TEK 



DESKTOP 

COMPUTER 




4054 



GPIB 

Ugfcttfll 

The 4054 is designed to support other products 
which comply with IEEE Standard 488 1978 



19 In, High Resolution Display 



Dynamic Graphics (Option) 
Expandable Memory 
Enhanced Graphics 



Unequalled graphics and powerful, fast comput- 
ing in an integrated desktop computer The 4054 
is the only desktop computer that combines easy- 
to-learn, extended BASIC with the unique fea- 
tures of a large-screen, high resolution Tektronix 
display For rapid calculation, the 4054 has a fast 
processor with microcoded floating point The 
state-of-the-art graphics capabilities of the 4054 
provide demand hard copy on any combination of 
text and high density graphics (with optional hard 
copy unit). Fast processing coupled with simulta- 
neous text and graphics display offer an excellent 
fit for many sophisticated graphics environments 
In addition, the 4054 s memory capacity can be 
expanded from a standard 32k bytes, to 64k 
bytes 

The 4054 has a long list of proven peripheral 
products GPIB (General Purpose Interface Bus) 
and RS-232-C interfacing coupled with easy-to- 
program BASIC I/O commands allow consider- 
able versatility in designing your own system. 

The 4054 features software compatibility with the 
rest of the 4050 Series of desktop computers. 
Programs developed on the 4051 and 4052 will 



operate on the 4054, giving 4054 users access to 
a wealth of PLOT 50 Software, already written 
and debugged, thus reducing program develop- 
ment costs often associated with new systems 

The Dynamic Graphics Option adds increased 
interactivity to the graphics of the 4054 Desktop 
Computer 

Dynamic Graphics brings the user closer to the 
solution by providing the graphic power to work 
directly with the graphic elements of the design 
problem Complicated displays can be construct- 
ed quickly and easily with movable user-defined 
objects 

Superior graphic and alphanumeric display. The 
4054 with 4096 (X) and 3125 (Y) resolution — 13 
million addressable points — has all the graphics 
capability you will need for even the most com- 
plex display With stroke-generated characters 
programmable in four sizes and eight fonts, the 
4054 has the tools to alphanumerically dress up 
your output to suit any professional requirement 
The large screen permits previewing of 132 col- 
umn line printer output 

For your graphing needs there are 36 distinct dot- 
dash patterns, selectable under program control, 
providing for maximum effect of represented 
data For interaction the 4054 has a thumbwheel 
driven, true cross hair cursor. All of these features 
are implemented using the extended BASIC of 
the 4054 

Friendly extended BASIC provides the simplicity 
desired for the beginner together with the flexibil- 
ity and power required by the experienced pro- 
grammer Device independent keywords make 
program and data input/output operations easy 
either binary or ASCII formats Fast, built-in BASIC 
functions such as SINE, LOG, SQR, etc., plus a 
complete set of matnx functions provide powerful 
computation at your fingertips. 



CHARACTERISTICS 

Processor — LSI tx-polar 16 bit. same as 4052 
Keyboard — IrxJenttcal to 4052 keyboard but includes added 
thumbwheels which control crosshair cursor 
Tape Drive — Identical to 4052. 

CRT — Direct view storage CRT 
Alphanumerics — Four program selectable formats. 

72 characters per line with 35 lines per display 
79 characters per line with 38 lines per display 
1 19 characters per line with 58 lines per display 
132 characters per line with 64 lines per display 
Character Set — Full ASCII, upper/lower case, high quality, 
stroke generated characters. 

Special fonts — Selectable under program control-Swedish. 
German. British. Spanish, Danish/Norwegian. Graphic and 
Business 

Graphics — Vector drawing time - 15k cm/s. 

Addressable resolution — 4096 (X) by 3125 (Y). 

Dot-dashed vectors, programmable in 36 visibly distinct 
patterns 

Crosshair cursor with built-in thumbwheels for interactivity. 
Visibility — Flicker-free, easy-on-the-eyes display 
Copier — Compatible with TEKTRONIX 4631 and 461 1 Hard 
Copy Units. 



ORDERING INFORMATION 



4054 Desktop Computer $20,100 

Option 24 64k Bytes Total Memory Add $800 

Option 30 Dynamic Graphics Add $3315 



Option 31 Color Enhanced Dynamic Graphics Add $5315 



OEM terms available on these products. 



Tektronix offers maintenance training classes on the 4050 
Graphic System Series. For further training information, 
contact your local Sales Office or request a copy of the 
Tektronix Customer Training Catalog on the return card. 
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4051 

GPIB 

ueeLiss] 



The 4051 is designed to support other products 
which comply with IEEE Standard 488-1978 



Low Cost 



High Resolution 



Graphics and Alphanumerics 



Desktop computing for a whole spectrum of 
problem solving, data analysis, and decision mak- 
ing applications The 4051 is a stand-alone com- 
puter that is approachable, affordable, and able 
to grow as your applications grow From the day 
you plug it in. the 4051 performs productively by 
putting solution-oriented BASIC language and 
meaningful graphic information at your fingertips 

Friendly graphics Commands like DRAW and 
ROTATE built into the 4051 give you full graphics 
flexibility while working in your units, not machine 
or raster units Easy graphics accelerates analy- 
sis. decision making and model building It sup- 
plements your intuition and gets your point across 
by making information easy to understand Once 
you use graphics you'll wonder how you got 
along without it 

The GPIB bus is built-in and easy to program with 
the 4051 BASIC I/O commands As the industry's 
choice for connecting instrumentation it is our 
choice for the 4051 and its many available 
peripherals 

It includes integrated computing, peripherals, and 
a GPIB (IEEE Standard 488 1978) interface You 
don't have to know how the internal processor 
works to use it, you simply use the graphically- 
enhanced BASIC commands 

A 300k bytes magnetic cartridge tape drive is 
built into the 4051 hardware and language No 
bits, no status words to check File management 
commands like FIND, OLD, READ, and WRITE, 
retrieve or store programs and data A comfort- 
able typewriter keyboard is integrated into the 
system with a 28-character buffer that eliminates 
lost entries 

Friendly, extended BASIC provides both power 
for the sophisticated programmer and simplicity 
for the beginner Input and output operations are 
easy to program and debug because the 4051 
commands use device independent keywords 
Input and output can be as simple at INPUT or 
PRINT or can have FORTRAN like power with 
PRINT, DELETE and IMAGE commands 

A data communication option permits sharing 
data with a host computer The asynchronous 
RS-232 interface lets you choose terminal mode 
communications at up to 2400 baud Terminal 
modes provide performance like our popular 4012 



Computer Display Terminal with local intelligence 
and direct data transfer between the built-in 
cartridge tape drive and host computer 

CHARACTERISTICS 

Processor — LSI 8 bit microprocessor 

User Memory Workspace — 16k bytes standard, expandable 

to 32k bytes 

Keyboard — Full 128 ASCII character upper and lowercase 
with auto repeat 10 key numeric and 5 math function calculator 
key pad Line/character editor keys. 

User Definable Function Keys — 10 shiftable to 20. Keys for 
single step execution of programs, auto-numbering, rewinding 
magnetic tape, or automatic loading and execution of fhe first 
program on tape 

Tape Drive — 3M DC 300A cartridge 300k bytes maximum 
(dependent on number of files) 

Rewind Speed — 90 ips. 

Search/read Speed — 30 ips 

Structure — 256 bytes with header File oriented access via 

BASIC commands 

CRT — Direct view storage CRT. 

Alphanumeric — 72 characters per line, 35 lines 

Character Set — Full ASCII including upper/lower case Also 

includes Scandinavian, German. General European. Spanish. 

and Special graphic symbol fonts 

Graphic Resolution — 1024 x 780 points 

Visibility — Flicker-free, easy-on-the-eyes display 

Copier — Compatible with TEKTRONIX 4631 AND 461 1 Hard 

Copy Units 



ORDERING INFORMATION 
4051 Desktop Computer System $6295 

Option 22 32k bytes total memory Add $1000 




4052 

GPIB 

IEEE 488 



The 4052 is designed to support other products 
which comply with IEEE Standard 488-1978 



Fast Processing 
High Level BASIC 



Expandable Memory 



High performance computation and communica- 
tions for a whole spectrum of problem solving, 
data analysis, and decision making applications 
The 4052 is a desktop computer offering high 
performance, stand-alone computing power, flexi- 
ble data communications, and easy-to-learn, ex- 
tended BASIC These features, combined with 
high resolution graphics, make the 4052 an excel- 
lent choice for scientific and statistical research, 
forecasting, data acquisition and analysis 

The 4052 is an integrated system offering all the 
tools necessary to immediately begin providing 
relevant solutions For rapid calculation, the 4052 
has a fast processor with microcode floating 
point The state-of-the-art graphics capabilities of 
the 4052 provide for demand hard copy of any 



combination of text and high-density graphics 
(with optional hard copy unit). Fast processing 
coupled with simultaneous display of text and 
graphics meets the needs of most application 
requirements 

The 4052 comes standard with 32k bytes of mem- 
ory, and can be optionally expanded to 64k 
bytes, allowing larger and more complex pro- 
grams to be handled A 300k bytes magnetic car- 
tridge tape drive is built in, allowing both ASCII 
and binary programs or data to be easily stored 
and retrieved using simple file management com- 
mands in BASIC The 4052 keyboard retains the 
familiar, easy-to-use format of the 4051 A typewrit- 
er keyboard, yet contains subtle changes made 
with the user in mind like sculptured keys and 
non-glare keycaps. 

A Family and a System Our 4051 set the stan- 
dard for high performance, affordable desktop 
computing Following in the 4051 s footsteps, the 
4052 offers a faster processor and larger memory 
capacity. The 4054, with a processor similar to the 
4052, offers enhanced graphics on a 19 in DVST 
screen Combined, they make up the 4050 Series, 
the only desktop computer line with software 
compatibility Programs developed on a 4051 will 
operate on the 4052 and the 4054 without 
modification 

The 4050 Series continues to set the standards 
for high performance, easy-to-use desktop com- 
puters Flexible GPIB and RS-232 interfacing to a 
wide variety of proven peripheral products allows 
considerable versatility in designing a system to 
fit your needs Additional peripherals can be 
readily integrated as your application needs 
grow 

Friendly extended BASIC provides the simplicity 
desired by the beginner and the flexibility and 
power required by the experienced programmer. 
Device independent keywords such as INPUT 
and PRINT make progamming input and output 
operations easy Fast matrix functions such as 
multiply, inverse, transpose, identity and determi- 
nants are built into BASIC 

Friendly graphics Commands like MOVE, DRAW 
and ROTATE in BASIC allow graphic displays to 
be created on the 4052 using user defined units, 
not machine or raster units Using graphics to dis- 
play information accelerates analysis, decision 
making, and model building It supplements your 
intuition and gets your point across by making 
information simple to understand 

CHARACTERISTICS 

Processor — LSI bi polar 16 bit. 

User Memory Workspace — 32k standard, expandable to 
64 k 

Keyboard — Improved, sculptured, matte finish Keyboard 
identical in other specifications to 4051 keyboard 
Tape Drive — Identical to 4051 tape drive but provides faster 
storage and retrieval of programs with direct-to-file operation 
CRT — Direct view storage CRT 
Alphanumeric — 72 characters per line, 35 lines 
Character Set — Full ASCII including upper/lower case 
Special Fonts — Selective under program control — Swed- 
ish. German. British. Spanish. Danish/Norwegian. Graphic, and 
Business 

Graphic Resolution — 1024 x 780 viewable points. 1024 x 
1024 addressable points 

Visibility — Flicker-free, easy-on-the-eyes display 

Copier — Compatible with TEKTRONIX 4631 and 4611 Hard 

Copy Units 

ORDERING INFORMATION 
4052 Desktop Computer System $9900 

Option 24 64k bytes total memory Add $800 



Tektronix offers maintenance training classes on the 4050 
Graphic System Series. For further training information, 
contact your local Sales Office or request a copy of the 
Tektronix Customer Training Catalog on the return card. 
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TEK 



DESKTOP COMPUTER 
ROM PACKS AND OPTIONS 



4051R06 

Editor ROM Pack 
(4051 only) 

Allows general ASCII file editing of data or pro- 
grams or text (including FORTRAN, BASIC and 
COBOL programs) offline Includes 29 commands 
such as COPY, INSERT. MOVE, SEARCH and 
SORT for creating, manipulating and storing 
ASCII text 

Order 4051 R06 $650 

4052R06 

Editor ROM Pack 
(4052 and 4054 only) 

Same capability as 4051R06 

Order 4052R06 $650 

4051R07 

Signal Processing ROM Pack #1 
(4051 only) 

Adds seven new functions which can be applied 
to one dimensional data arrays; integration, differ- 
entiation (2 and 3 point), fast graphing, locating 
minimum and maximum, and crossing over a 
threshold Functions operate 2-10 times faster 
than equivalent BASIC routines 
Order 405 1R07 $350 

4052R07 

Signal Processing ROM Pack #1 
(4052 and 4054 only) 

Same capability as 4051R07 

Order 4052R07 $350 

4051R08 

Signal Processing ROM Pack #2 
(4051 only) 

Extends array handling capabilities by adding 
commands that perform Fast Fourier Transform 
(FFT), its inverse (IFT), convolution, correlation, 
windowing and related utility functions Functions 
execute 7-20 times faster than BASIC routines 
Order 405 1R08 $700 

4052R08 

Signal Processing ROM Pack #2 
(4052 and 4054 only) 

Same capability as 4051R08 

Order 4052R08 $700 



4052R09 

Real Time Clock ROM Pack 
(4052 and 4054 only) 

Provides five time related functions for date and 
timekeeping, elapsed time measurement and a 
time programmable 4050 BASIC level interrupt All 
functions may be executed directly from the 
keyboard or may be used within a program 
Order 4052R09 $500 

4052R11 

Character and Symbol ROM Pack 
(4052 or 4054 only) 

Generates high resolution stroked characters that 
can be scaled, rotated and slanted to user's 
specifications In addition to the over one-hun- 
dred standard characters, users can construct 
unique custom symbols. The degree of smooth- 
ness is selectable for quick screen previews 
before final plotter copy Additional commands 
are provided to extend Dynamic Graphic 
capabilities 

Order 4052R 11 $900 

4051 R10 

Advanced File Manager ROM Pack 
(4051 only) 

Provides easy access to advanced file manage- 
ment offered by the 4909 Multi-User File Manage- 
ment System Accessible using commands in 
BASIC, capabilities such as indexed or "keyed" 
files, variable length records and dynamic file 
allocation are supported 

Order 4051 R10 $750 

4052R10 

Advanced File Manager ROM Pack 
(4052 and 4054 only) 

Same capability as 4051 R10 

Order 4052R 10 $750 

4050E01 

ROM Expander (4051, 4052 and 4054) 

Permits connecting up to eight ROM Packs to the 
4050 Series Desktop Computer Utilizes one slot 
of existing twos lot backpack 

Order 4051 E01 $1150 



Option 01 

Data Communications Interface 
(4051, 4052 and 4054) 

Allows asynchronous bit serial communications 
between 4050 Series Desktop Computer and any 
external device conforming to EIA RS-232 stan- 
dard Ease of use is facilitated by a special 
overlay and added language commands that 
make communication parameters and communi- 



cations programmable 

Order Option 01 (4052/4054) Add $1400 

Order Option 01 (4051) Add $900 



Option 02 

Backpack (4052 and 4054 only) 

Optional four-slot backpack 

Order Option 02 Add $400 

Option 03 

Backpack (4052 and 4054 only) 

Optional four-slot backpack with Option 01 Data 
Communications Interface built-in. 

Order Option 03 Add $1700 

Option 10 

Printer Output Interface 
(4051, 4052 and 4054) 

Enables 4050 Series system to output alphanu- 
merics to any printer or output device conforming 
to the RS-232-C or RS-244A Standard for EIA 
Numerical Machine Control Data rates are 
switch-selectable up to 2400 baud with the 4051, 
and 9600 baud with the 4052 or 4054 
Order Option 10 Add $550 

Option 30 

Dynamic Graphics 
(4054 only) 

Permits complex graphic objects to be created, 
saved, and recalled with simple BASIC language 
commands These objects, saved in a Dynamic 
Graphics memory can be displayed, blinked, 
moved anywhere on the screen, and removed 
without affecting the rest of the display 
Order Option 30 Add $3315 

Option 31 

Color Enhanced Dynamic Graphics 
(4054 only) 

Contains Option 30 Dynamic Graphics (see 
above) with the addition of the latest technology, 
two color DVST Refreshed graphics appear in an 
orange color while stored graphics are displayed 
in the familiar green Distinguishability between 
refreshed and stored graphics are improved with 
the additional color 
Order Option 31 

(factory option only) Add$5315 
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PLOT 50 Graphics Software Library 

PLOT 50 software supports the 4050 Series 
Desktop Computers The PLOT 50 software pro- 
vides flexible, interactive programs that aid the 
user in scientific, engineering and management 
applications through easy-to-use high quality 
graphics 

MATHEMATICS VOLUMES 1 & 2 

Volume 1 (23 programs) and Volume 2 (16 pro- 
grams) consist of routines that provide fast solu- 
tions to frequently encountered mathematical 
problems Included are function analyses, conver- 
sions, integration, differentiation, linear program- 
ming. and Fast Fourier Transforms The math 
volumes can be purchased separately or together 
at discount as the Math Library 

STATISTICS 

The statistics software includes four tape car- 
tridge-based products (statistics Volumes 1-4) 
and three disk-based products These packages 
represent a well-rounded portfolio of statistics 
routines, from simple descriptive statistics to mul- 
tiple linear regressions The 4050DXX Series of 
statistics software has been enhanced with a 
special user interface to make the use of statis- 
tics extremely easy in your problem solving 

Functions include small samples analysis, analysis 
of variance and co-variance, polynomiac and 
multiple linear regressions, and sophisticated 
non-linear regression techniques A key feature of 
the packages is the use of graphics to better 
understand the nature of the data 

The statistics packages may be purchased sepa- 
rately or at discount as the Statistics Library 



MANAGEMENT GRAPHICS 

Business and technical managers are supported 
by a number of flexible graphing packages Busi- 
ness Planning and Analysis Volume 1 & 2 provide 
programs for basic decision making, such as 
Break-Even Analysis, to Time Series Analysis and 
Forecasting Modeling and Reporting Software 
(MARS) is a general purpose modeling package 
that allows the user to automate the reporting 
processes Data is entered, stored, and manipu- 
lated in matrix format. Presentation Aids are 
oriented towards the easy generation of over- 
head transparencies, both graphic and textual 

OTHER PLOT 50 PRODUCTS 

Picture Composition allows the user to create 
simple or complex drawings from a tablet without 
being a programming expert Graph plot provides 
the user with multiple graphs per page General 
utilities provide subroutines for editing, duplicat- 
ing, and sorting Digitizing provides editing and 
computation support during graphic input And 
there’s more 

PLOT 50 Software supports the 4050 Series 
Desktop Computers, providing powerful, 
interactive programs to aid the user in scientific, 
engineering, and management application 

Each PLOT 50 volume is driven by menus, 
prompts and defaults that keep operation fast, 
friendly, logical and forgiving You can proceed 
from master menu to graph, for example, in as 
few as four keystrokes. You can transfer oper- 
ation from computer to peripheral in many pro- 
grams at the stroke of a single key 

Tektronix announces 10 new PLOT 50 Software 
packages this year 

2-D Drafting 
Interactive Digitizing 
Picture Composition 
Micro Pert 2 Project Management 
Document Preparation 
Statistics Test & Distribution 
Statistics Analysis of Variance 
Statistics Multiple Regression 
Statistics Non-Linear Estimation 
Presentation Aids 



At the heart of the library is Tektronix graph- 
ics: more kinds of interactive graphics and 
more meaningful graphics than any competi- 
tive software on the market. Access to infor- 
mation is of little value if the keys to understand- 
ing and communicating it aren't there, too. PLOT 
50 supports the unequalled graphics capability of 
the 4050 Series 

The displays are not only sharper— thanks to 
each 4050 Series computer s high-resolution 
display— they’re more complete, too, with fea- 
tures like automatically labeled data points Or 
the capability to easily transform the same data 
into different kinds of graphs 

Most PLOT 50 is compatible with the entire 4050 
Series, so you can change computers or ex- 
change data quickly and easily. 

Most importantly, PLOT 50 packs tremen- 
dous power into the fewest possible key- 
strokes. Combined with the processing speed of 
the 4052 or 4054, PLOT 50 Software can perform 
routines many times faster than competitive 
packages— and offers many capabilities simply 
unavailable elsewhere 

PLOT 50 lets you sit down at the computer, 
load the program, and proceed to the solu- 
tion. Even complete newcomers to computers 
can put most volumes to use in less than an hour! 
With PLOT 50’s multiple menus, help files and 
tutorials, continual prompting and graphic output, 
even operators unskilled in the application itself 
can perform many common tasks. 

Common Data Exchange Formats 

Tektronix has developed common data exchange 
formats for a number of the PLOT 50 packages to 
make re-entry of data unnecessary and sharing of 
data across programs very easy Standard File 
Formats (SFF) allow sharing of numeric data 
across programs and the Graphic Model Ex- 
change (GMX) Format allows sharing of graphic 
data across program These common exchange 
formats represent significant productivity gains 
for desktop computing graphics users. 



Tektronix offers OEM Software Licensing 
Agreements. See your Tektronix OEM repre- 
sentative for full details. 
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TIZU' MULTIUSER 
I tZl\ FILE SYSTEM 




4909 



Shared Access by a Maximum of 10 Users 

Public and Private File Workspaces for 
Operational Flexibility/File Protection 

32 or 96 Megabyte Drive Capacity 

Expandable up to 8 drives (768 Megabytes) 

Indexed (Keyed) Files Support 

Dynamically Allocated Files 

Variable Length Records 

Concatenated Volumes 

High Speed GPIB (IEEE 488-1978) 
interfacing 

English Command Operation Over GPIB 
Time of Day Clock with Battery Backup 
File Names up to 100 Characters Long 
Multiple Level Library Names 



The 4909 is a high performance mass storage system 
based on a controller which provides advanced file 
management between multiple desktop computers and 
large capacity hard disk drives 

Flexible file management provides controlled access to 
files, expandable records and files, and enhanced data 
storage and retrieval Plug-in interfacing capability per- 
mits host interfacing flexibility and the ability to add more 
disk drives for expanded capacity 

Mass Storage Expandability 

The 4909 offers 32 megabytes of data storage capacity 
as standard Optionally. 96 megabytes of storage capac- 
ity is available Each drive comes with a 16 megabyte 
removable disk cartridge allowing data transportability 
and fast backup For increased capacity, additional disk 
drives can be added by acquiring the 4909AC Auxiliary 
Cabinet This cabinet will hold one or two additional disk 
drives of either 32 or 96 megabyte capacity Interfacing 
to the 4909 is by a plug in disk interface which can 
support two hard disk drives A maximum of four disk 
interface plug-ins can be used on the 4909. supplying a 
maximum of 768 megabytes of online mass storage 
capacity 



File Security 

Several levels of file security are provided by the 4909 
The removable disk cartridge allows large collections of 
files to be completely removed from the 4909 and placed 
in a physically secure place For archival storage, the 
removable cartridge is highly effective 

Files cannot be affected at the volume level unless a 
master password is known If a master password was 
specified when the original disk volume was formatted, 
subsequent reformatting cannot take place unless the 
master password is known, thus prohibiting the modifica- 
tion of existing files 




PUBLIC 

WORKSPACE 



PRIVATE 

WORKSPACE 



PRIVATE 

WORKSPACE 



PRIVATE 

WORKSPACE 





Within a multi user environment, access to files within a 
private file workspace is controlled by an access list 
assigned to each file 

For security, users permitted to use a file within other 
private file workspaces can be given different levels of 
access, ranging from read-only to write and delete 

Multi-User Access 

The cost effectiveness and contribution to productivity 
of a mass storage system is enhanced when two or 
more users are allowed to share information simulta- 
neously The 4909 allows the sharing and updating of 
files by up to 10 users Private file access is permitted 
after users supply a User-ID and password when 
accessing the 4909 Access is permitted to a private file 
workspace if the user entry matches a pre defined User- 
ID list maintained by the 4909 

Users who do not provide a User-ID and password when 
"signing-on" are automatically placed into a public file 
workspace All users utilizing the public file workspace 
have access to the same files, each of which is 
collectively subject to operations currently taking place 
by other users within the public file workspace Public file 
workspaces allow users of dedicated 4909 systems to 
not be burdened with multi user "sign-on" constraints 




Superior File Management 

The 4909 is designed for ease of use and superior file 
management flexibility The 4909 lets you manage your 
files, they don't manage you! File names, for example, 
can be up to 100 characters long Multiple levels of files 
called libraries are provided, allowing files to be grouped 
according to some particular criteria or need When files 
are created, users need not worry about how big a file 
should be, nor what to do if they write more information 
than the file can hold The 4909 provides for dynamic 
allocation or automatic expansion of files, eliminating this 
"bookkeeping" task by the user 

Indexed (’’Keyed”) Files 

For users requiring faster, more flexible access to record 
information stored in files, the 4909 provides indexed 
files Each record can be stored and retrieved on the 
basis of an alphanumeric key The key used might be an 
employee s name or a product reference number With 
indexed files, information can be organized better, and 
retrieved faster A variety of useful commands are 
provided to allow complete control of indexed files 




Indexed files don't have to be treated differently from 
regular files, like on some systems supporting this 
capability 

True Concatenated Volumes 

The 4909 introduces the concept of "concatenated" 
volume File size is no longer constrained by the capacity 
of the drive on which it is located Multiple drives can 
logically be configured together to appear as one Any 
individual file can assume the size of the total configured 
drive capacity Fixed as well as removable disk car- 
tridges can be configured together, or kept separate to 
allow removable cartridges to be transported between 
other 4909 hard disk systems Also, when drives are 
configured together, users need not be concerned with 
specifying which of the volumes on which a particular file 
is stored 

Variable Length Records 

Variable length records support by the 4909 provides 
additional flexibility in creating and updating files, allow- 
ing records to change in accordance with user 
requirements 

Interfacing Flexibility 

The 4909 controller has eleven plug-in slots allowing a 
variety of special purpose interfaces to be supported In 
addition to hard disk interfacing, access to desktop 
computers is provided using a GPIB (IEEE 488 1978) 
plug-in interface Assuming the 4909 controller contained 
only a single disk interface, up to ten GPIB interfaces 
could be supported A maximum data transfer rate of 
240.000 bytes/second is possible per GPIB interface, 
with some performance degradation depending on the 
number of users, and the amount of disk access taking 
place 

ROM Pack Operation 

Access to the 4909 from the 4050 Series of desktop 
computers will be via GPIB interfacing used in conjunc- 
tion with a ROM pack to provide file management 
operation ROM packs for the 4050 Series include the 
4051 R10 for use with the 4051. and the 4052R10 for use 
with the 4052 4054 

English Command Operation 

Without a ROM pack, devices supporting any IEEE 488 
1978 Standard Compatible interface can communicate 
directly with the 4909, using English commands The 
4909 will respond to ASCII command strings sent over 
the bus. and can therefore be used by a variety of non- 
Tektromx desktop computers or controllers 

Real Time System Clock 

The 4909 s real time clock, once set. automatically 
assigns the time and date to a file, allowing users to 
keep track of when files were created or updated Files 
can be manipulated on the basis of their time/date 
"stamps," e g a user may want to delete all files that 
have not been accessed since a particular date 



ORDERING INFORMATION 
4909 Multi User File System $ 22,000 

Option 33 96 Megabytes Disk Add $4000 

4909 AC Auxiliary Cabinet $ 13,000 

Option 33 96 Megabytaa Disk Add $4000 

FIELD INSTALLABLE OPTIONS 

4909F01 QPIB Interface $1600 

4909F03 Disk Interface $1600 

4909F 10 Controller Expansion $1000 

ROM PACK OPTIONS 

4051 R10 ROM Pack $750 

4052R10 ROM Pack $750 



84 



TEK 





4662 Option 31 



Intelligent B-Size (A3) Plotter 
8-pen Turret Version 

Compatible in RS-232C ASCII Environments 

Supported by PLOT 10 and PLOT 50 
Software 



The 4662 Option 31 adds the convenience of an 
automatic 8*pen turret to the built-in processing 
and feature-packed performance of the world's 
most versatile small plotter 

Tektronix has always offered its plotter customers 
the largest selection of colors, pen types and line 
widths. With the Option 31 turret, you can insert 
any eight pens and program the 4662 to make the 
selection for you. Mix and match hard-nib, fiber- 
tip and wet-ink pens. Include fine line widths for 
the most precise plots, or for drawing several 
plots on a single page Work with nine available 
colors in adding greater clarity and appeal to 
presentations and camera-ready plots. 

You can retrofit your present 4662 with the 
Option 31 turret. It can be installed quickly and 
reliably by any Tektronix service engineer. Updat- 
ing existing programs to include programmed 
pen selection requires the addition of just a few 
lines of code 

That’s all part of the Tektronix design philosophy 
of product upgradability (we also provide 4662 
owners with a field-installable 8k memory en- 
hancement) That’s why Tektronix has a world- 
wide reputation not only for product reliability, but 
for the reliability of its products as long-term 
investments. 

From the moment you turn it on, you can see 
that it is convenient, cooperative, and more 
than competent. It automatically adjusts for a 
maximum 254 mm x 381 mm (10 in x 15 in) plot 
To set a different plotting area or to adjust to a 
new paper size, you simply use the SET control 
buttons on the front panel to define the new area 



And once it starts moving, you can see it drawing 
on its microprocessor intelligence to draw curves 
that are really curve forms. To maintain superior 
accuracy and repeatability, even at speeds as 
high as 559 mm/s (22 ips). To select and seat 
each pen perfectly, whichever pen style it picks 
up next. 

Because input data is internally buffered, 

you can optimize data transfer from the host 
processor, or move on to your next computation 
while the 4662 is plotting. 

The 4662 Option 31 is equipped with both RS- 
232C and GPIB interfaces as standard 

Digitizing on any compatible Desktop Com- 
puter or host system is easy with the 4662’s 
built-in joystick control. Move the pen to the 

desired position on the plot, press the CALL key, 
and the plotter sends the X-Y data points to the 
system. A GIN command causes the plotter to 
send the current XY pen coordinates and pen up, 
pen down information. 

The 4662 s internal alphanumeric character gen- 
erator produces a full upper-lower case ASCII 
character set. You can request alphanumerics of 
any height and width, and rotate them as fine as 
1° increments. 

Selected characters are available in seven differ- 
ent standard fonts. You can plot on paper, on 
Mylar, or on acetate for overhead transparencies 
of the highest quality. 

Plotter utility routines in the PLOT 10 Graphics 
Software Library are comprehensive and proven 
in thousands of sites around the world. In the 
PLOT 50 Library, for use with Tektronix Desktop 
Computers, are powerful new menu-based Pic- 
ture Composition and Easy Graphing packages 
that take you from first idea to final plot in the 
fewest possible keystrokes— just as the Option 
31 turret gets you there with the fewest possible 
delays 



OEM terms available on these products. 



CHARACTERISTICS 

Plotting Area — X-Axis >381 mm (15 in). Y-Axis >254 mm 
(10 in). 

Repeatability — ± 0 063 mm ( 1 0 0025 in) same pen. ± 0.25 

mm (♦ 0 010 in) pen exchanged 

Time to Maximum Velocity — ^ 120 ms. 

Data Resolution — 0 127 mm (0 005 in). 

Plotting Rate — User programmable from 10 mm/s to 570 
mm/s in 10 mm/s increments 

Point Plotting Rate — Pen action rate 10 points s max 
Pen Control — Each pen may be selected either under soft- 
ware control or by operating buttons on the Pen Control 
Module 

Position Controls — Joystick vector rates variable from .038 
mm/s to 102 mm/s (0 015 ips to 4 ips). 

Writing Method — Fiber-tip hard-nib or wet-ink pens 
Paper Size — 279 mm x 431 mm (11 in x 17 in max). 

Paper Retainer — Electrostatic holddown 
Front Panel Controls — 

POWER switch 
POWER indicator 
PROMPT indicator 
ERROR indicator 
LOAD switch 

Disengages electrostatic holddown moves pen to upper right 
corner of plotting surface 
LOCAL switch 

For data communication between terminal and plotter with 
the RS-232C interface 
PEN switch 

Provides manual control of pen up-down motion. 

CALL switch 

Used to store coordinate points during digitizing operations 
SET controls 

Two switches— SET LOWER LEFT and SET UPPER RIGHT- 
— used for convenient page scaling and aspect ratio changes if 
desired May be used to allow plotting mirror images. 
JOYSTICK positioning control. 

LOCATE controls 

Two switches LOCATE LOWERLEFT and LOCATE UPPER- 
RIGHT position pen in respective comer of the currently de- 
fined page 

Pen Control Module — 1-8 switches Exchange active pen in 
location corresponding to numbered switch depressed 
The following functions are activated by holding the switch in 
the down position until the bell nngs 

STORE PEN switch causes the active pen to be stored in the 
turret 

1 1-4 1 Opens turret to the 1-4 position for loading pens 
1 5-8 1 Opens turret to the 5-8 position for loading pens, 
j RETURN | Returns turret to the closed position 
| FAST | Switch directs plotter to plot at full speed, 
j SLOW | Switch directs plotter to plot at half speed 
j PAUSE | Causes the plotting motion to stop in the middle of a 
plot 

IRESUME| Causes the plotting motion to begin after a pause 
has been enabled, without any loss of data. 

Rear Panel Controls — Four rotary hexadecimal switches to 
control various interface parameters 

RS-2320C interface Asynchronous full duplex data transmis- 
sion at 1 10. 150. 300. 600 or 1200 baud. All data transmitted in 
ASCII 

Operating Modes — The 4662 Option 31 has 2 input modes in 
RS-232C Alphanumeric (Alpha) and Graphic plot (Graphic) The 
466 Option 31 also has Graphic input (GIN) to the host 
Character Set — The alphanumerics feature includes 95 AS- 
CII printing characters plus BELL. RS, CRT. FF. HT. LF. and 
VT characters, all under full program control The alphanumeric 
feature may be changed to suit the individual needs by modify- 
ing Alpha Scale which allows changing character size Alpha 
Scale which allows changing character size. Alpha Rotate 
which rotates the printing plane and Alpha Font which allows 
selection of 7 sets of special character fonts. 

Input Power — 90 W max 60 W typical Selection of 105 V 
♦ 14%. 116 V ± 14% 210 V ± 14%; 232 V ±14%. Line fre- 
quency 48 to 66 Hz. 



PHYSICAL CHARACTERISTICS 



Dimensions 


mm 


in 


Width 


654 


25.75 


Height 


203 


800 


Deoth 


495 


19.50 


Weight 


kg 


lb 


Net 


16 


35 


Shipping 


21 


46 



ORDERING INFORMATION 
4662 Interactive Digital Plotter 



Option 31 $5300 

Span Field Retrofit Kit 

for standard 4662 (021-0339-00) $1500 



TdlZ DIGITAL 
I tZl\ PLOTTER 




4662 



Intelligent B-size (A3) Plotter 

Multi-color Capability 

Built-In RS-232 and GPIB Interface 



The 4662 is the first plotter with built-in process- 
ing power As such it has the capability to work 
on its own, without bogging down computational 
operations Studded with state-of-the-art technol- 
ogy, it works with an accuracy and repeatability 
that no other plotter can approach for the price. 

From the moment you turn it on. you can tell the 
difference the 4662 automatically adjusts for 254 
mm x 391 mm (10 in x 15 in) plot There’s no need 
to worry how the last plot was set up When you 
wish to set a different plotting area or adjust to a 
new paper size, you simply use the SET control 
buttons on the front panel to define the new area 
The 4662 plots on paper, vellum, mylar, acetate- 
film and preprinted forms 



Once it starts moving, you really notice the 
improvement over other plotters: the 4662 s digi- 
tal stepping motors and internal vector generator 
work at high speed, with microprocessor-con- 
trolled acceleration and deceleration. 

Repeatability is excellent, time after time. There is 
no servo hysteresis, no drift as in potentiometric 
feedback systems And no slidewires to clean, no 
moving electrical contacts, no servo adjustments 
to be made 

It’s a better kind of plotter with a competitive 
price for which Tektronix is famous 

The complete plotter. The 4662 is not only easy to 
talk to; it has a great memory Input data is 
internally buffered so you can optimize data 
transfer from your host processor, or move on to 
your next computation while the 4662 is plotting 

Up to four 4662’s can be teamed up in series, and 
up to 15 4662’s can be used with one GPIB 
device like the TEKTRONIX 4050 Series of 
desktop graphic computers Each plotter can 
perform its own job simultaneously while the host 
processor turns to other tasks A simple, unique 
code activates each plotter. 

Digitizing on any compatible graphic terminal or 
host system is easy with the 4662’s built-in 
joystick control. Move the pen to the desired 
position on the plot, press the CALL key, and the 
plotter sends the X-Y data points to the system. A 
GIN command causes the plotter to send the 
current X-Y pen coordinates and pen up. pen 
down information If the pen is outside the page 
boundaries, boundary values are sent and a bell 
on the plotter signals the operator 



The 4662's internal alphanumeric character gen- 
erator produces a full upper-lower case ASCII 
character set. You can request alpha-numerics of 
any height and width Selected characters are 
available in seven different standard fonts. In 
addition, interchangeable pens and pen types 
offer multicolor and multiline width capability. 

Plot from any point of view. Not only is character 
scaling possible, but alphanumerics can just as 
rapidly be rotated in 1° or finer increments. 
Drawing speed is generally as fast or faster than 
any other plotter in the 4662's price range Both 
RS-232 and GPIB interfaces are standard at no 
extra cost 

Contact your local Tektronix Sales Engineer for 
more information on this easy-to-use, exceptional 
B-size plotter 

CHARACTERISTICS 

Plotting Area — X-Axis >381 mm (15 in). 

Y-Axis >254 mm (10 in). 

Repeatability — ± 0 06 mm ( ±0.0025 in). 

Time to Maximum Velocity — =*120 mm/s. 

Resolution — 0.127 mm (0 005 in). 

Plotting Rate — 40.6-55 9 mm/s (16-22 ips) vector dependent 
Point Plotting Rate — Pen action rate 10 potnts/s max 
Character Set — Full ASCII character set. 

Pen Control — By software control or by operation of front 
panel PEN button. Pen may be disabled manually. 

Position Controls — Joystick vector rates variable from 0.015 
ips to 4 ips 

Writing Method — Fiber-tipped pen or wet ink drafting pen 
Paper Size — 279 mm x 432 mm (1 1 x 17 in) max 
Paper Retainer — Electrostatic hold-down. 

Drive Characteristics — Two four-phase stepping motors, 
each operating a pulley/cable system to propel the pen in that 
motor s respective axis. 



ORDERING INFORMATION 



4662 Interactive Digital Plotter $4600 

Option 01 GPIB l/F cable instead of 

RS-232C l/F cable No Charge 

Option 20 8k Butfef Add $495 

Option 318 pen turret Add $700 

4682 A0 1 PLOT 10 Utility routines software Add $420 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OEM terms available on these products. 
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4663 



GPIB 

1» e ee-4mI 

The 4663 is designed to support other products 
which comply with IEEE Standard 488 1978 



Intelligent C-Size (A2) Plotter 
Dual Programmable Pen Control 
Nine Character Fonts 



RS-232 and GPIB Product 



Finally: an intelligent plotter that saves time with- 
out sacrificing flexibility The 4663 is the first high 
speed C-size plotter with built-in processing pow- 
er and 5.5k buffer memory to free the host from 
many routine computational operations But the 
4663 story isn't just the intelligence, but how 
intelligently it has been put to use 

The 4663 can handle either 420 mm x 594 mm 
(European A 2 drafting size) or 432 mm x 559 mm 
(American C size — 17 in x 22 in) paper, mylar or 
acetate with felt tip, hard-nib, or wet ink pens to 
give you crisp, clean camera-ready copies or 
overhead transparencies 

A paper advance option is available for roll stock, 
with form feed remotely or locally programmable 
This option allows the 4663 to operate 
unattended with a variety of form sizes 

The plotter features dual programmable pen con- 
trol with interchangeable multicolor pens and is 
capable of producing dotted or dashed lines from 
local firmware Built-in joystick allows easy manual 
positioning of the pens for digitizing or page 
scaling adjustments 



Unique parameter entry device. This front 
panel card device lets you quickly identify or 
select operating parameters without resorting to 
binary switches, straps, status display devices, 
and volumes of operator manuals It allows you to 
quickly program baud rate, pen type, accelera- 
tion, plotting speed, aspect ratio, page size and 
many other parameters. 

These parameters can be stored up to 90 days 
without power Up to four users can configure the 
plotter to their individual requirements with Option 
37 

Excellent penmanship. Nine character fonts 
come standard with the 4663, including the full 
ASCII character set All characters can be scaled, 
slanted, rotated and may be centered when used 
as plot symbols 

Several other performance options are offered 
such as downloadable character sets, and 
programmable macros Arc and circle generation 
capability, utilizing circular interpolation, is also 
available Standard fixed macros allow the cur- 
rent viewport to be outlined or an axis drawn 

Local functions. Various graphic functions are 
implemented via firmware Page scaling, 
windowing, viewporting and clipping are typical 

Hardware loop through RS-232C interface is stan- 
dard and optional GPIB is available 

Graphing software support. Tektronix PLOT 10 
Utility Routines for the 4663 control the plotter s 
multiple pens, paper advance, and built-in arc 
and circle generation They also control selection 
of built-in character fonts The 4663 is also com- 
patible via GPIB with the 4050 Series of desktop 
computers using BASIC language keywords to 
provide similar controls 



CHARACTERISTICS 

Max Plotting Area — X-axis 569 mm (22 4 m) Y-axis 432 mm 
(17 in) 

Repeatability — ± 0.025 mm ( ± 0.001). 

Max Plotting Speed — 406-559 mm (16-22 ips) Vector 
dependent 

Point Plotting Rate — 10 pts per s max 

Character Generator — 95 ASCII. 15 x 7 Matrix. 7 Special 

Fonts Std 

Paper Size — European A2 size 420 mm x 594 mm. U S C- 
Size 17 in x 22 m. 

Paper Retention — Electrostatic hold down, sprocket feed pa- 
per advance (Optional). 

Media Types — Paper or Mylar 

Drive Characteristics — Microprocessor controlled stepping 
motors controlling cable system connected to pen arm 
Baud Rate — 110-9600 baud 

Standard Interface — RS-232-C. full duplex, loop-through 

ORDERING INFORMATION 



4663 Interactive Digital Plotter $10,900 

Option 01 GPIB l/F cable Add $525 

Option 04 GPIB only (deletes RS-232C) No charge 

Option 31 circular interpolation and 

programmable macros Add $525 

Option 32 Math character set and down 

loadable characters Add $450 

Option 36 Paper advance Add $990 

Option 37 Added default parameters Add $325 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 

4663 A0 1 PLOT 10 Utility Routines 
Software $665 



OEM terms available on these products. 



Features like these make the 4663 a natural for 
printed circuit board manufacturing and metal 
working applications or civil engineering and 
drafting environments including CalComp pre- 
viewing and mapping 



Tektronix offers maintenance training classes on the 4663 
Interactive Digital Plotter. For further training information, 
contact your local Sales Office or request a copy of the 
Tektronix Customer Training Catalog on the return card. 
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TPU' HARD 

I tlr\ COPY UNIT 




Hard Copy Devices 

Quick and convenient copies of complex informa- 
tion displayed on a screen are essential to the 
use of graphic terminals, desktop computing 
systems, and video image processing systems. 
Graphic and alphanumeric information is record- 
ed on paper at the press of a button, to fulfill a 
variety of user needs These include the need for 
quick preview copy before final plotting, and 
copies of intermediate steps during interactive 
work sessions Just as important are permanent 
records of results for the file, and final output of 
high quality for use in reports and presentations 
Tektronix offers six display copying devices to 
cover all of these hard copy needs 

Within the product family are two devices for 
copying storage tube screens, and four for copy- 
ing general video devices such as raster scan 
terminals, video cameras and monitors, or image 
processing systems Tektronix' own implementa- 
tion of fiber optic technology is provided in the 
4631 for storage tube copy, and in the 4632, 
4633A and 4634 for video imaging copy and line 
scanning recording copy. An innovative Tektronix 
implementation of electrostatic technology is of- 
fered in the 461 1 for storage tube copy, and the 
4612 for video copy. 

Fiber optics, based on photosensitive (light expo- 
sure) techniques, gives the highest quality hard 
copy for dense and complex graphic displays. 

Electrostatic technology, based on charge trans- 
fer techniques, provides the highest contrast 
black-and-white images with high quality at an 
economical cost per copy. 

The concept of these alternative family offerings 
is to fulfill a variety of hard copy requirements — 
whether the need is for low-cost black and white 
terminal copy, or for high resolution gray shaded 
copy from a sophisticated image processing 
system 



4611 



Low Copy Cost 

High Contrast, Permanent Images 
Electrostatic Process 



Storage Tube Compatible 



The 4611 provides permanent, dry copies of 
graphic and alphanumeric information displayed 
on storage tube screens. The 4611 is based on 
electrostatic (charge transfer) technology, and 
uses electrographic paper for high contrast, 
archivable copies at an economical copy cost. 

The 461 1 uses a unique dry toning process that is 
convenient, non-messy and superior to liquid 
toner systems Images are permanently fused 
and made from inert, safe ingredients. 

Compact and lightweight, the 4611 can easily be 
moved from desk to desk A warm-up light and 
paper-out indicator are provided All copies are 
vertically oriented, and the copy time is 24 
seconds 

The 4611 can be multiplexed to copy up to four 
storage tube terminals and/or display monitors. It 
is compatible with the 4010 Series of computer 
display terminals, the 4114 terminal, the 4025 
terminal, the 4050 Series of graphic computing 
systems, and the 4081 interactive graphics termi- 
nal. The 4611 is also compatible with Tektronix 1 1 
in and 19 in computer display modules. 



CHARACTERISTICS 

Weight — 45 lb 

Paper Size — 216 mm x 277 mm (8.5 in x 1 1 in). 

Image Size — 7.5 in x 5.7 in standard 

7.5 in x 8.9 in when copying 4025 terminal. 
Copy Time — 24 s (30 s when copying 4025 terminal). 
Warmup Time — 2 min. 

Addressability — 256 dots per in, horizontal 171 dots per in, 
vertical. 

Toner — Dry magnetic 4.9 oz. per bottle. 

Paper — Electrographic (dielectric) 500 ft per roll 

ORDERING INFORMATION 



461 1 Hard Copy Unit $4400 

Option 02 Four — Channel Multiplexer $500 

Option 31 Compatible with the 4025 Terminal .. No Charge 

Paper — One case of two rolls, 006-2838*00 $24 

Toner — One bottle. 006-2990-00 .. $20 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A NO Charge 



Tektronix offers maintenance training classes on Hard 
Copy Units and the terminals they support. For further 
training information, contact your local Sales Office or re- 
quest a copy of the Customer Training Catalog on the re- 
turn card. 
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TEK 



VIDEO HARD 
COPY UNIT 




4612 



Low Copy Cost 

High Contrast, Black and White Images 
Electrostatic Process 
Video Source Compatible 



The 4612 provides permanent black-and-white 
copies of graphic and alphanumeric information 
from raster scan terminals and other video signal 
sources. Based on electrostatic technology, the 
4612 uses electrographic paper for high contrast, 
archival copies at an economical copy cost The 
4612 uses a unique dry toning process that is 
convenient, non-messy and superior to liquid 
toner systems. Images are permanently fused 
and made from inert, safe ingredients. 

Compact and lightweight, the 4612 can easily be 
moved from desk to desk A warm-up light and 
paper-out indicator are provided A special self- 
test switch allows the operator to verify that the 
unit is operating correctly. All copies are vertically 
oriented, and the copy time is 24 seconds The 
4612 can be multiplexed to copy up to four raster 
scan terminals, and can accept remote copy 
signals The 4612 is compatible with the 
TEKTRONIX 4112 Option 11 terminal, and with a 
wide variety of raster scan terminals and video 
signal sources, including those which produce 
RS-170, RS-330 or RS-375A type signals 

The standard unit is prepared for use with 525 
line, 60 Hz sources Adjustment for 625 line, 50 Hz 
is provided as an option. In some cases, internal 
adjustments can also be made to accommodate 
non-standard video sources 



CHARACTERISTICS 

Weight — 45 lb 

Paper Size — 216 mm x 277 mm (8.5 in x 1 1 in). 

Image Size — 7.5 in x 5 8 in standard when copying 525 line. 
60 Hz signals 
Copy Time — 24 s. 

Warmup Time — 2 min. 

Addressability — 256 dots per in. horizontal. 

171 dots per in. vertical. 

Toner — Dry magnetic 4.9 oz. per bottle 
Paper — Electrographic (dielectric). 500 ft per roll. 



ORDERING INFORMATION 
4612 Hard Copy Unit $4400 

Option 02 Four-Channel Multiplexer Add $500 

Option 03 Setup for 625/50 Scanning Standard No charge 
Option 1 5 Video Input Via 1 5 Pin Connector No charge 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



Paper — One case of two rolls. 006-2838-00 $24 

Toner — One bottle. 006-2990-00 $20 



OEM terms available on these products. 



TITL/ HARDCOPY 
I Lll\ UNITS 




4631 Hard Copy Unit 



High Image Quality 
Copies in Seconds 
Fiber Optic Process 
Storage Tube Compatible 



4632 Video Hard Copy Unit 



High Image Quality 
Gray Scale Capability 
Copies in Seconds 
Video Source Compatible 



The 4631 provides permanent, dry copies of any 
graphic and alphanumeric information displayed 
on the storage tube screen The 4631 s fiber optic 
process uses dry silver paper for the fine detail 
and photographic quality image needed when 
copying complex graphics and alphanumerics 
The 4631 requires no toners or chemical additives 
of any kind The entire process is clean and safe, 
as images are created using only light and heat. 

The 4631 is easy to move wherever needed As a 
special convenience, the 4631 automatically cuts 
and stacks all copies into its built-in tray A four- 
digit copy counter is an optional feature 

Copies can be made in either vertical or horizon- 
tal format The copy time is 18 seconds for the 
first copy and only 10 seconds for subsequent 
copies of the same display. A special "slow 
scanning" mode allows images on the horizontal 
format to be made at even higher resolution and 
image quality 

The 4631 can be multiplexed to copy up to four 
storage tube terminals and/or display monitors It 
is compatible with the 4010 Series of computer 
display terminals, the 4114 terminal, the 4025 
terminal, the 4050 Series of graphic computing 
systems, and the 4081 interactive graphics termi- 
nal The 4631 is also compatible with Tektronix 11 
in and 19 in computer display modules 



The 4632 provides permanent copies of graphic 
and alphanumenc information from raster scan 
terminals and other video signal sources. All 
copies are horizontally oriented. The copy time is 
18 seconds for the first copy, and only 8 seconds 
for subsequent copies of the same display Eight 
distinct shades of gray can be copied with a 
special gray scale enhancement option. The stan- 
dard 4632 can clearly show six different shades 
of gray, for polygon fill-in, bar charts, and many 
other applications. 

The 4632 can be multiplexed to copy up to four 
raster scan terminals, and can accept remote 
copy signals The 4632 is compatible with the 
TEKTRONIX 4112 Terminal and with a wide vari- 
ety of raster scan terminals and video signal 
sources, including those which produce RS-170, 
RS-330. RS-375A, RS-343A and RS-412A type 
signals The standard 4632 is prepared for use 
with 525 line. 60 Hz sources. Many other adjust- 
ments are provided as options, including adjust- 
ments for 625 line, 50 Hz and for high resolution 
1029 line, 60 Hz 



COMMON CHARACTERISTICS 
Weight — 65 lb 

Paper Size — 216 mm x 277 mm (8.5 mx 11 in). 

Warmup Time — 10 min. 

Addressability — 20 dots per in. honzontal. 

171 dots per in. vertical 
Paper — Standard Dry-Silver. 500 ft per roll. 

4631 CHARACTERISTICS 

Image Size — 225 mm x 170 mm (8 85 in x 6.7 in), horizontal 
format. 

180 mm x 137 mm (7.1 in x 5.4 in), vertical 
format. 

Copy Time —18s first copy (36 s in special scan mode). 

8 s subsequent copies (17 s in special scan 
mode). 

High Resolution (Special Scan Mode) — 340 dots per in. 
honzontal 300 dots per in. vertical 

4632 CHARACTERISTICS 
Image Size — 213 mm X 160 mm (8 4 m X 6.3 in). 

Copy Time —18 s first copy. 8 s subsequent copies 

Gray Shades — Mm six standard mm. eight with Option 06. 



ORDERING INFORMATION 

4631 Hard Copy Unit $5575 

4632 Video Hard Copy Unit $5575 

COMMON OPTIONS 

Option 01 Copy Counter Add $100 

Option 02 Four-Channel Multiplexer Add $600 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 

Paper — One roll, 006-1603-00 $73 

One case of four rolls, 006-1603-01 $250 



4631 ONLY OPTIONS 

Option 31 Compatible with the 4025 Terminal .. No Charge 



4632 ONLY OPTIONS 

Option 03 Setup for 625 Line, 50 Hz No Charge 

Option 04 Setup for 1029 line. 60 Hz No Charge 

Option 05 Setup for 4023 Terminal No Charge 

Option 06 Enhanced Gray Scale Add $800 

Option 07 Compatible with HP 2640 Series 

Terminals Add $350 



Option 08 Compatible with DEC MINC Systems No Charge 
Option 09 Setup for AT&T GEMINI 100 Systems $60 



OEM terms available on these products. 
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TEK 



MATRIX 

PRINTERS 




4643 



Low Cost Printing 
Flexible for Many Applications 
Crisp, Matrix Quality Printing 
Easy to Use 

International Characters 
High Reliability 



With high reliability built-in, the 4643 is a conve- 
nient and economical choice requiring no preven- 
tive maintenance and infrequent servicing. 

Fast but not expensive, the 4643 Printer uses bi- 
directional logic technology to print 340 charac- 
ters per second With a full 132 character line, 
speeds of 125 lines per minute are nominal 

Virtually no maintenance means an even 
greater savings, and less downtime for repairs as 
well. A diagnostic display and self -testing routine 
virtually eliminates the need for preventive main- 
tenance calls 

The expected (head) life is more than 300 million 
characters with no maintenance This figure nor- 
mally means at least two full years of continuous 
work from a single matrix head The fabric ribbon, 
continuous loop cassette is usable for at least 5 
million characters Both the matrix head and 
ribbon cassette are quickly operator-replaceable 
eliminating the need for a service call 

High quality matrix printing is assured by the 
unique 14-wire printing head. The 7 by 7 format 
print font permits easy reading and the operator 
can specify condensed, expanded or standard 
characters In the condensed (character) face, 
the 4643 prints out a 132-character line format on 
an 8 1/2 by 11 in sheet Because the 4643 uses 
impact printing, six very legible copies (including 
five NCR or carbon copies) can be made to save 
time and avoid the expense of photo copies 

Compatibility. The printer of choice for high 
technology systems, the standard Tektronix 4643 
is RS-232 compatible and can be interfaced with 
most standard RS-232 data processing instru- 
ments and systems Option 01 provides a parallel 
interface. The 4643 is compatible with the follow- 
ing Tektronix products: 4010 Series Computer 
Display Terminals, 4025A Terminal, and 4050 Se- 
ries of Desktop Graphic Computers; the 8001 and 
8002A Microprocessor Labs and 8550 Micro 
computer Development Lab; the S 3250, S-3270 
and S-3280 Semiconductor Test Systems; the 
761 2D and 791 2D Programmable Digitizers, and 
the 7854 Oscilloscope 

STANDARD ACCESSORIES 

Ribbon Cassette (118-1314-00) RS-232 Interface 



ORDERING INFORMATION 
4643 Printer (2400 Baud Standard) ... $4200 



Option 01 — Parallel interlace No Charge 

Option 02 — Specify Baud Rate (110, 150, 300, 600, 

1200, 4800, 9600) No Charge 



OPTIONAL ACCESSORIES 

Pedestal (118-1335-00) $185 

Paper Basket (1 18-1316-00) $80 




4642 



Fast printer output is yours at low cost with the 
TEKTRONIX 4642 Matrix Printer This tabletop 
printing unit offers 60 character-per-second out- 
put speed, along with a variety of print alterna- 
tives It is compatible with the TEKTRONIX 4020 
Series of Computer Display Terminals and 4050 
Series of desktop computers Interface is stan- 
dard RS-232C 

A variety of type faces. The 4642 gives the 
operator a varied selection of upper and lower 
case type faces The standard format prints in 80 
columns, and provides a choice of regular and 
elongated characters. A condensed character 
set, selectable from a front panel switch, gives 
132 column output, and again, a choice of regular 
or elongated characters Characters are formed 
on a 5 x 6 dot matrix. 

Compact, easy to use. The 4642 requires mini- 
mum space for operation Paper feed is by fric- 
tion on the standard version, which uses inexpen- 
sive roll paper The optional tractor feed paper 
drive can be used with both fanfold paper and 
multipart forms. 

A choice of features. A complete selection of 
features and accessories can make the 4642 Ma 
trix Printer even more versatile For example, Op- 
tion 01, a rear feed tractor paper drive option, 
allows output of an original and four copies A 
printer stand is available to convert the 4642 to a 
floor unit. The 4642-1 is the 220 V ac, 50 Hz ver- 
sion of the 4642 All options and accessories are 
identical 



ORDERING INFORMATION 



4642 Matrix Printer $2900 

Option 01 Rear Feed Tractor Assembly Add $280 

4642-1 Matrix Printer $2900 

Option 01 Rear Feed Tractor Assembly Add $280 



TCU' FILE MANAGER, JOYSTICK 
I tlr\ TAPE RECORDER/DRIVE 




The 4907 is a direct access flexible disc device 
with a double density read/write feature that 
enables up to 630k bytes capacity per disc 

An advanced multiple level file-by-name system 
includes a directory that maintains the user files, 
passwords and available space For applications 
requiring additional storage capacity, several 
drives may be connected to the file manager 
Software commands are extensive with this file 
manager and its compact size is small enough to 
let it fit on a desktop or lab bench 

Built-in ROMs and special 4050 Series Desktop 
Computer's ROM Packs contain the 4907 operat- 
ing system software No 4050 Series Memory is 
required to support the operating system The 
4907 can also be used with some of the 4010 
Series of graphic terminals 



ORDERING INFORMATION 



4907 File Manager $5280 

Option 30 Two Disc Drives Total Add $3000 

Option 31 Three Disc Drives Total Add $4550 

Option 40 4052/4054 Interface No Charge 



OEM terms available on these products. 



4923 Digital Cartridge Tape Recorder 

Both digital recorders are highly reliable, very 
easy to use for data storage and retrieval The 
4923 contains an RS-232C interface which sup- 
ports any compatible computer display terminal 
from 1 10 to 9600 baud 

Each tape cartridge can store approximately 300k 
bytes of high density digital data. Files of variable 
length and files containing a variable number of 
formatted records can be easily stored by these 
two storage systems. 

The 4924 offers a tape fetch feature and terminal 
interrupt capability and can operate with 
Tektronix graphics terminals via the terminal IEEE- 
488 bus Transfer data rates are 10k baud max 
Read data operates at 762 mm/s (30 in/s) and the 
Fast Forward Mode allows you to skip forward or 
reverse at 2290 mm/s (90 in/s). Up to 15 4924 
tape drives may be multiplexed to any 4050 Se- 
ries Desktop Graphic Computer at any one time 



ORDERING INFORMATON 

4923 Digital Cartridge Tape Recorder . $2600 

Option 01 RS-232-C No Charge 

4924 Digital Cartridge Tape Drive $2990 



For desktop computer users needing increased 
interactivity, the 4952 Option 02 Joystick is the 
last word in fingertip input control. Accurate to 
0.1%, the sensitive cursor control activated by the 
POINTER command lets you quickly position the 
cursor the first time precisely. 

More to build on, less to repair By entering a 
command in BASIC the 4952 Joystick will put the 
pointer on-screen and initiate movement. Drift is 
negligible. 

The 4952 is simplicity itself Just move the center 
lever in the direction you want to move the cursor; 
speed is controlled by the angle and distance of 
the lever from the center position And when you 
want to stop the cursor, simply release the lever 
to its natural vertical position 

Compatibility for the Joystick is assured with all 
terminals in our 4010 family, 4081 Interactive 
Graphic Systems and 4050 Series Desktop 
Computers. 



ORDERING INFORMATION 



4952 Joystick (4014/4015) $590 

Option 01 Joystick (4010, 4012/4013) Add $75 

Option 02 Joystick (4050 Series) Add $100 



OEM terms available on these products. 
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TEK 



IMAGING HARD COPY 
GRAPHIC TABLETS 




Photographic Quality Images 

Excellent Gray Scale and Copy Quality 

Compatible with Most Raster Scan Video 
Systems 

Dry, Quick, Convenient Process 
Large, File-Sized Image 



The TEKTRONIX 4634 Imaging Hard Copy Unit is 
designed to record images of photographic qual- 
ity from raster scan video sources. It is suited to a 
variety of industrial, commercial and medical 
imaging applications 

The 4634 is easily coupled to video sources It 
can be adjusted to accommodate a wide range 
of line rates from 525-1029 lines interlaced, and 
from 256-512 lines non-interlaced for both 50 Hz 
and 60 Hz systems If image size is reduced, 
higher line rates are achievable. 

The 4634 is available as either a rackmount or 
benchtop model The rackmount version fits into 
any standard 482 6 mm (19 inch) rack 

The 4634 uses a cathode ray tube (CRT) to 
expose the image on dry silver paper A fiber 
optic faceplate on the CRT effectively couples 
the light output to the paper, providing photo- 
graphic quality images of fine detail 

After exposure, the image is developed in a 
thermal processor The entire process of expo- 
sure and development is completed in just 26 
seconds The costs of space, equipment, and 
labor associated with wet process films are 
eliminated 

Users may select two types of paper: standard 
performance for lowest cost per image, and high 
performance for optimal image quality Both pa- 
per types are significantly less expensive than 
film. 



CHARACTERISTICS 

RECORDING MEDIUM 

Material — Dry Silver Paper — High Performance Tektronix 
Standard Paper 

Paper Roll Length — 152 m (500 ft). 

Paper Roll Width — 216 mm (8 5 in) 

GENERAL PERFORMANCE CHARACTERISTICS 
Warmup Time — 20 mm. 

Image Format — Horizontal scan lines in direction of exiting 
paper motion 

Gray Shades — 12 with High Perfromance Paper 
6 with Standard Paper 



PHYSICAL CHARACTERISTICS 



Dimensions 


mm 


in 


Height 


2658 


1047 


Length 


6858 


27 


Width 


4254 


16.75 


Weight 




lb 


Net 


30.5 


67 



ORDERING INFORMATION 



4634 Imaging Hard Copy Unit $8400 

Option 30 Delete Rackmount Hardware Sub $85 

Option 45 END-USER set-up No charge 

High Performance Paper One roll. 006-2432-00 $165 

One case of four rolls. 006-2432-01 $560 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A 1 Universal European 220V/ 16A No Charge 

Option A2 United Kingdom 240V/ 13A No Charge 

Option A3 Australian 240V/ 10A No Charge 

Option A4 North American 240V/ 15A No Charge 



SPECIAL PRICING. TERMS AND CONDITIONS ARE AVAIL- 



ABLE TO QUALIFIED OEMS. CONTACT YOUR LOCAL TEK- 
TRONIX REPRESENTATIVE FOR COMPLETE 
INFORMATION. 



4953, 4954, 4956 Graphic Tablets 

With the 4953/54/56 Graphic Tablets, you can 
choose one of two input device options a pen for 
best convenience, or a push-button cursor where 
exacting accuracy is required You can input 
points or vectors to digitize or display maps, 
graphic drawings, schematics and other designs 

From precision mapping to exacting parts out- 
lines, Tektronix Graphic Tablets satisfy a wide 
range of user needs You can select options from 
a written “menu" placed on a Graphic Tablet You 
can store graphic input on peripheral disc or re- 
corder devices, recall it later, and make quick, 
dry-process copies on a Tektronix hard copy unit 

And Tektronix offers all of the pieces you'll need 
with your computer for a truly interactive graphics 
system Take your pick of the 279 mm x 279 mm 
(11 in x 11 in) 4953 model, the drawing board- 
sized 1016 mm x 762 mm (40 in x 30 in) 4954 
model, or the 4956 in two sizes The 4956 is an 
IEEE -488 device which connects to the 4050 Se- 
ries Desktop Computers Standard is 510 mm x 
510 mm (20 in x 20 in) and the Option 33 version 
is 910 mm x 1220 mm (36 in x 48 in) The latter 
version is large enough to accommodate E-size 
engineering drawings Power modules are com- 
pact to help curb desktop clutter for all these 
graphic tables 



ORDERING INFORMATION 
4953 Graphic Tablet 279 mm x 279 mm 



(11 in x 11 in) $3795 

Cursor, 1 19-0622-00 $315 

4954 Graphic Tablet 1016 mm x 762 mm 

(40 in x 30 in) $6190 

4954F32 Pedestal $1325 

Cursor, 119-0622-00 $315 

4956 Graphic Tablet 20 in x 20 in 

(510 mm x 510 mm) $5670 

Option 33 Graphic Tablet 36 in x 48 in 

(910 mm x 1220 mm) Add $2600 

Cursor, 119-0875-00 $365 



The combination of high image quality, operation- 
al simplicity, speed and convenience, and low 
cost makes the 4634 Imaging Hard Copy Unit an 
excellent choice for a wide variety of raster scan 
video applications 



Tektronix offers maintenance training classes on Hard 
Copy Units and the terminals they support. For further 
training information, contact your local Sales Office or re- 
quest a copy of the Customer Training Catalog on the re- 
turn card. 
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634 Video Display at 945/60 line rate 




4633A Continuous Recorder 



GMA 103 OEM Computer Display 




634 Video Display with aerial 
reconnaissance 



The Tektronix Reliability. Performance. 

OEM Commitment value. Support. 

When you deal with Tektronix, you're deal- 
ing with a supplier who stands behind you 
every step of the way. As a world leader in 
display technology, we re committed to 
building lasting OEM relationships and sup- 
porting them with continuing new product 
developments 

Your Tektronix resource starts with a 
broad and comprehensive package of 
OEM support: OEM pricing, terms and 
conditions to help make you competitive. 
OEM service agreements and service capa- 
bility throughout the United States and in 
many countries Applications engineering in- 
cluding interface assistance, custom mods, 
documentation, software compatibility, and 
much more. 



At Tektronix, our product reliability is 
your foundation. Your systems can only 
be as reliable as the components that go 
into them. At Tektronix, we re committed to 
producing the most dependable compo- 
nents possible You can be confident that 
the reliability we engineer into every compo- 
nent can help keep your customers satisfied 
and your service costs down. That’s quality 
you can bank on. 

Leadership in systems must begin with 
leadership in components. Explore the 
advantages of working with Tektronix: ex- 
cellence in products, in OEM support, and 
service. Your local Tektronix OEM Repre- 
sentative can give you full details on how 
you can profit from a partnership with 
Tektronix. 
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TEK 



OEM IMAGING PRODUCTS 
REFERERENCE 




The standard displays come without a handle, feet or cov- 
ers. See your local Tektronix Representative for complete 
specifications, options and ordering information, or use the 



MODULAR PACKAGING AND 
RACK MOUNTING 

PACKAGING FOR THE 620 
Vertical package, includes handle, feet and covers 

Order 016-0409-00 $215 

Horizontal package. Includes handle, feet and covers. 

Order 016-0410-00 $215 

Rackmount kits for the 620 



Slide-out 1 9 in rack assembly which rackmounts one 620 and 
an empty compartment horizontally In the compartment you 
may put your custom electronic circuitry and combine it with 
the display Includes frame, covers and rack slides Not avail- 
able with Options 06. 23, 28. 

Order 016-0404-00 $245 

Slide -out 1 9 in rack assembly which rackmounts two 620s side 
by side Includes covers and rack slides Not available with 
Options 06. 23. 28. 31 

Order 016-0405-00 $215 

Small-width packaging. Smaller-width packaging removes 
controls (intensity, focus, spot position) from the right side of 
the CRT Allows OEM to mount elsewhere in this system. Re- 
quest quote from your Tektronix representative. 

RACKMOUNTING FOR 606B, 608, 624 
Rackmount and Empty Cabinet Kit for 606B, 608, and 624. 
Slide-out 19 in rack assembly which mounts a display monitor 
and an empty compartment horizontally In the compartment 
you may put your custom electronic circuitry and connect it to 
the display, all in one enclosure 

Order 040-0601-00 $290 

Oiaplay/Power Module Kit Allows rackmounting of 606B. 

608. and 624 with TM 503 Power Module Minimizes mechani- 
cal design time Simply design your own electronics using TM 
500 Custom Plug-in kits described on p 298 Then plug them 
m. Fits standard 19 m rack 

Order 040-0624-01 $90 

Rackmounting kit for 606B, 608, and 624. 

Slide-out 19 in rack assembly which rackmounts any two of the 
above displays side by side Includes covers and rack slides 

Order 040-0600-00 $180 

Rackmount-to-Cabinet Conversion, required to convert a 

rackmount 606B. 608 and 624 to a cabinet style 

Order 040-0602 -00 $160 



KEY SPECIFICATIONS FOR 634 VIDEO DISPLAY 



Video Display 


634 


634 Opt. 01 




Worst case 


1100 line 


650 line 




Nominal 


1400 line 


800 line 


Display Size 


9x12 cm (flat screen) 


Position Accuracy/ 
Non- Linearity 


*.0 5% within 9 cm circle. 

<1% in corners For Option 01: 1% 
within 9 cm circle, 2% at corners 


Brightness 


515 cd/m* (150 fL) max 


Brightness 

Non-uniformity 


Less than ± 10% 


Bandwidth 


1 Hz - 10 MHz std. 20 MHz Video 
bandwidth available as Option 14 



Note Standard 634 accepts the line/field rate of 525/60 and 
625/50 

Discrete line rates of 675/60 through 1083/60 can be 
accommodated using option 15. 

‘Merged raster lines 



KEY SPECIFICATIONS FOR X-Y DISPLAYS 

See your local Tektronix representative for complete specifications, options and ordering in- 
formation, or use the return card. 





1 

P | 


is 




Spot Size 1 


608 

0.26 mm (10 mils) 


620 

0 38 mm (15 mils) 


624 

0.30 mm (12 mils) 


Display Size 


9.8 x 12.2 cm 


10 x 12 cm 


9.8 x 12.2 cm 


Acceleration Potential 


22.5 kV 


12 kV 


S18 kV 


Bandwidth, X-Y 1 


>5 MHz 


>2 MHz 


>3 MHz 


Bandwidth, Z 2 


>10 MHz 


>5 MHz 


>5 MHz 


Rise Time 


<35 ns 




<70 ns 


Input R and C, X-Y 1 


i mo, u 


1 MH || 


1 M0 || 


<60 pF 


47 pF 


<47 pF 


Input R and C, Z 1 


1 Mfi, <60 pF 


1 Mfl <47 pF 


1 MQ || 
<47 pF 


X-Y Phase Difference 


<1° to 1.5 MHz 


<1° dc to 500 kHz 


<1° to 1.0 MHz 


Recommended Source 
Impedance. X-Y and Z 


<10 kfl 


<10 kQ 


<10 k« 


Temperature Range 


0°C to + 50°C 


0°C to +50°C 


0°C to + 50°C 


Power Requirements 4 


61 W 


See footnote 4 


61 W 


Included Accessories 


Lined external im- 
plosion shield 
(graticule) for ad- 
justment purposes. 


Lined external im- 
plosion shield 
(graticule) for ad- 
justment purposes. 




Recommended Cameras^ 


C-5C, C-59A, C-28 


C-5C, C-5C Opt. 
01. C-28 


C-5C, C-28 



'• Measured at 0.5 /*A. 

*• Full spec would read: “dc to . . .” appropriate figure. 

*• "II <” means “paralleled by less than”. 

4 - Line voltage selector allows operation from 100, 110, 120. 200, 220, and 240 V 
(±10% on each range). 48 to 440 Hz (except the 624 which excludes 220). 

Number given shows watt max at nominal line voltage. The 620's power 

requirements are 90-132 and 180-250 V ac. 48-440 Hz line frequency. 22 W max. 0 2A at 120 V ac 60 Hz. 
5 External 15 V dc 750 mA power supply required for C-28. 



APPLICATIONS FOR SELECTED OEM IMAGING PRODUCTS 



Recommended 

Display 

634 

Very High 
Resolution 
Video 
Display 


Medical 

Instrumentation 

Ultrasound 
raster scan 
Computerized 
tomography 
Multi-imaging 
cameras 


Electronic 
Test Equipment 

High-density 
graphics, 
alphanumerics 
and imaging 


Defense 

Electronics 

Reconnaissance 
& surveillance 
Target acquisition 
FLIR 
LLLTV 


Analytical 

Instrumentation 

Electron 

microscopy 


608 

High 

Brightness 

X-Y 

Display 


Ultrasound 
M-Mode 
Real time 
Sector scan 
B-scan 


Spectrum 

analysis 


Navigation and 
control 
Automated 
test systems 
Simulators 
IR imaging 


Mass 

Spectrometry 

Nondestructive 

testing 

NMR 

FTIR 


620 

General 

Purpose 

X-Y 

Display 


Ultrasound. 

A-mode 

Physiological 

measurements 


Logic analyzers 
Automated test 
equipment 
Spectrum 
analysis 
RF-sweepers 
TV waveform 
monitor 


Electronic 
counter- 
measures 
Radar-A scopes 
Sonar PPI 


Nondestructive 

testing 

Multi-channel 
pulse height 
analyzers 





TCL/ HIGH RESOLUTION 
I Ll\ VIDEO DISPLAY 




634 



High Resolution Video Display for Critical 
Applications (1400 lines, shrinking raster) 

<1/2% Non-Linearity Inside the 9 cm 
Quality Area 

Excellent Gray Scale and 
Brightness Uniformity 

Extremely High Resolution, Low Distortion 
Displays for Demanding Applications. 

The 634 raster scan monitor delivers extremely 
high quality video images for both viewing and 
photography Applications include: medical diag- 
nostic imaging, military infrared imaging, and 
automated test systems 

The 634 has been specifically designed to deliver 
the superior performance required to meet those 
demands 

Textronix distortion requirements surpass 
normal standards. With the 634, you'll have less 
than 1/2% distortion inside the 9 cm quality area 
Outside less than 1% And the 634 has an 
optically flat screen to preserve geometric cor- 
rectness in viewing and photographic 
applications 

Resolution vastly outperforms other moni- 
tors. Resolution on video displays can be sepa- 
rated into two categories Vertical and horizontal 

Vertical resolution, of course, is limited by the 
video line rate used At the RS-170 rate of 525/60, 
approximately 480 lines are visible. Option 15 
extends the 634 line rate to 1083/60, and accord- 
ingly improves the vertical resolution. 

When we talk about the 634's 1400-line nominal 
horizontal resolution, we re only counting the 
white lines. If we added all the black and white 
lines, that resolution would approximate 2800 
lines. And that far surpasses anything else on the 
market In addition, dynamic focusing assures 
crisp images, even in the corners. 

Optimum gray scale. The 634 is designed to 
faithfully display gray scale images on its P45 
CRT. Because of the demanding performance 
required by our engineers, the CRT was designed 
by Tek Labs, and utilizes an advanced gun 



design Excellent brightness uniformity — (vari- 
ation is less than ± 10% across the screen) 
means that results are consistent from point to 
point on the screen 

Built for the job. The 634 is not an upgraded 
television monitor. It has been conceived, de- 
signed and constructed as a high-precision 
imaging display Its design continues the tradition 
of superior CRT technology expertise developed 
by Tektronix. 

The sliding panel packaging optimizes service 
access and each instrument is fully calibrated to 
strict Tektronix standards before leaving the 
factory 

Safety Options. The 634 is available with safety 
options UL 544 (Medical/Dental) listing, for stand- 
alone applications, includes covers and feet You 
may select the UL 544 Component Recognition 
option if you intend to house the 634 in your 
system Certifications required by many other 
industries or governments are also available 

Optional features. You may also order an op- 
tional video reverse feature which provides black 
on white or white on black imaging. This is 
particularly valuable in medical imaging, where 
many doctors perfer to view the scan as a black 
image on a white background. Manual or TTL 
levels will activate video reversal 

A remote-programming option permits control of 
contrast, brightness focus and blanking by the 
user's system And there is a dc option that 
eliminates the ac power supply, lowering weight, 
cost and power consumption, while permitting 
operation from your system's dc power 

Qualified OEMs may also order the 634 with 
certain custom modifications including matching 
colors See your Tektronix representative for com- 
plete applications assistance and pricing 

High line rate capability. The 634 is available, 
on a standard basis, at 525/60 and 625/50 rates 
Common rates of 675/60, 875/60, 945/60, 1023/60 
and 1083/60 can be accommodated using Option 
15 These higher rates allow the systems builder 
maximum flexibility in selecting desired vertical 
resolution The optionally available 20 MHz video 
amplifier is recommended for use with high line 
rates 



CHARACTERISTICS 

DISPLAY PERFORMANCE 

Monochrome CRT Display — 9 cm vertical. 12 cm horizontal. 
15 cm diagonal (6 m.); flat screen, magnetic deflection; 4x3 
aspect ratio 

Resolution — Measured by the shrinking raster method with 
no interlacing, center screen at 100 cd/m 2 (30 fL) (merged ras- 
ter lines, not TV lines) 

634 — 1 100 lines, worst case; 1400 lines, nominal. 

634 Option 01 — 640 lines, worst case; 800 lines, nominal. 
Position Accuracy /Non-Linearity — 

634 — <0.5% within 9 cm circle, <1% in corners. 

634 Option 01 — <1% within 9 cm circle, <2% in corners. 
Brightness — 515 cd/m 2 (150 fL) maximum 
Brightness Uniformity — Better than ±10% over the scan 
area, measured by Jib Photometer 
Phosphor Type — P45. 

VIDEO INPUT 

Description — Composite video with negative sync. RS-170 
compatible. 

Signal Level — 0.35 V p-p to 2 V p-p 

Maximum Safe input — ±5 V p-p. 

Bandwidth 634 — 1 Hz to 10 MHz 
634 Option 14 — 1 Hz to 20 MHz 

Impedance — 75 U with loop through and switchable 
termination 

Return Loss — 46 dB to 5 MHz with internal 75 il termination 
and power on 

Dc Restoration — Referenced to back porch. 

RASTER 

Vertical Rate — 50 to 60 Hz. 

Horizontal Rate 634 — 15,750 Hz. 

634 Option 15 — 32.490 Hz. adjustable ± 10%. 

Note: Our standard instrument will accept the line/fiekj rate of 
625/50. With Option 15. parts are supplied to permit setup at 
rates between 675/60 and 1083/60 (RS-343A compatible) 
Contact your Tektronix Sales Engineer for further information 
SAFETY 

Department of D H.H S (BRH Rule 1020 10 (C) (1) standard 
UL 544 Listing (Option 06) and UL 544 Component Recogni- 
tion (Option 09) 

C.S.A certified 



ORDERING INFORMATION 
634 Video Display $2900 

With standard resolution of 1400 merged raster lines nomi- 
nal, 1 100 line worst case (center screen at 100 cd/m 2 (30 
fL). without handle feet and covers. 

Option 01 Sub$60 

Standard resolution of 800 merged raster lines nominal, 650 
lines worst case (center screen at 100 cd/m 1 30 fL |) 
PERFORMANCE OPTIONS 

Option 1 1 External Sync— switchable Add $40 

Option 13 Video Reverse Add $85 

Option 14 20 MHz Video Amplifier Add $145 

Option 15 High Line Rate. Factory calibrated at 1083/60. 
User changeable to rates between 675/60 and 1083/60 with 

supplied parts kit Add $280 

Option 16 Remote Bnghtness, Contrast, Focus. Video Re- 
verse, Blanking Add $60 

Option 20 Dc Supply— +23 V, -22 V, +9 V 

(unregulated) Sub $20 

SAFETY OPTIONS 

Option 06 UL 544 Listing (covers included: not available 

with Options 20 or 28) Add $100 

Option 09 UL 544 Component Recognition No Charge 

MECHANICAL PACKAGE OPTIONS 
Option 23 Handle, Feet and Covers (not available with Op- 
tions 06. 20 or 28) Add $80 

Option 28 Covers only (not available with Options 06,20,23). 
Rackmount kit to mount two 634s side by side in 19 in rack. 

Not compatible with Option 20. 016-0403-00* $215 

Rackmount Kit to mount one 634 and one empty cabinet 
side by side. Not compatible with Option 20. 

016-0402-00 $265 



•OEM PRICING NOT AVAILABLE ON RACKMOUNT KITS. 
QUANTITY DISCOUNT INFORMATION IS AVAILABLE ON 
REQUEST. 

SPECIAL PRICING. TERMS AND CONDITIONS ARE AVAIL- 
ABLE TO QUALIFIED OEMS. CONTACT YOUR LOCAL 
TEKTRONIX REPRESENTATIVE FOR COMPLETE 
INFORMATION. 
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DIRECT 
VIEWING DISPLAYS 




608/624 



High Brightness X-Y Displays 



Ambient Light Viewing 



High Resolution 



Expansion Mesh Halo Suppression 



Excellent Gray Scale 



Optional UL 544 Listing 



The 608 is our finest directed beam viewing 
monitor It is extremely well suited for high perfor- 
mance display applications, such as medical and 
military imaging and electronic instrumentation 
The related 624, a comparable but more eco- 
nomical alternative, provides excellent direct 
viewing capability for systems that require good 
performances at a more favorable price The 
608 s high usable brightness of up to 240 cd/m 2 
(70 fL), a 0.25 mm (10 mil) spot size, and large 9.8 
x 12 2 cm screen, all combine to give you opti- 
mum viewing capability Where such a high de- 
gree of clarity or brightness is not required, we 
recommend the 624 with a 0 3 mm (12 mil) spot 
size, display brightness of 135 cd/m 2 (40 fL), and 
a screen size of 98 x 12 2 cm Both instruments 
produce detailed displays that are easy to read in 
high ambient light and that result in quality 
photographs 

Special CRT design suppresses expansion 
mesh halo. Characteristic of both instruments, 
this suppresses secondary electron emissions, 
the annoying stray light that ordinarily gives lower 
contrast and a "washed out" appearance that 
interferes with high brightness gray scale 
displays 

Expansion mesh halo suppression results in a 
more readable display with subtle and accurate 
gray scale graduation for precise measurement 
or analysis 

High resolution. The 608 displays both excellent 
gray scale images and detailed waveform dis- 
plays. thanks to its small 0.25 mm (10 mil) spot 
size (0 3 mm or 12 mils for the 624) In addition, 
imaging is critically sharp from corner to corner 
particularly on the 608, which utilizes dynamic 
focusing 

A wide range of options for broad interface 
capability. You may order your 608 or 624 with 
an internal graticule with 8 x 10 divisions, etched 
on the inside of the screen for minimal parallax 
Other options facilitate control of either display by 
your system The TTL blanking option blanks the 
Z axis with any TTL logic source And an optional 
25 pin connector permits connection of X, Y and 
Z input signals 

The wide deflection factor— adjustable from 50 
mV/div to 0 25 V/div (up to 125 V/div with 
extended gain range option)— facilitates integra- 
tion with a broad range of designs An optional 
metal bezel lets you use heavy cameras, includ- 
ing those with motorized roll film backs, without 
causing distortion, defocus or light-leaks 

In addition, optional full differential inputs help 
reject unwanted common-mode signals such as 
ground noise and power supply hum Additionally 
the 608 can be ordered with a gamma correction 
option for photographic applications This pro- 
duces linear light output changes with a linear 
change of Z-axis input, typically within 20 
percent 

Both the 608 and 624 are available with UL 544 



Listing Handle, feet and covers are included If 
you house the 608 or 624 in your system you may 
select UL 544 Component Recognition 

Packaging further expands flexibility. 

Packaging option include carrying handle, protec 
tive covers and feet Rackmount kits can also be 
ordered for either 608 or 624, further extending 
packaging versatility, and providing space for 
your electronic circuitry. 

CHARACTERISTICS 

CRT DISPLAY 

Cathode Ray Tube — Flat-faced, electrostatic deflection P31 
Phosphor standard 

Display Size — 9 8 cm vertically. 12.2 cm horizontally Internal 
graticule is available without charge (Option 01) with 8 x 10 
divisions (1.22 cm/div). 

Display Linearity — The voltage required to produce a 2.5 cm 
deflection at any point on the CRT will not vary more than 5%. 
Spot Size — 608 — 0.25 mm (10 mils) at 170 cd/m* (50 fL). 
with maximum usable brightness of 240 cd/m 2 (75 fL) 624 — 
0.3 mm (12 mils) at 170 cd/m 2 (50 fL) 

Acceleration Potential 
608 — 22.5 kV overall. 

624 — =r18 kV overall 

VERTICAL AND HORIZONTAL AMPLIFIERS 
Bandwidth 608 — Dc to >5 MHz 
624 — Dc to >3 MHz 

Deflection Factor — Ad|ustable - 50 mV/div to >0.25 V/div. 
Option 22 (5X attenuator) extends deflection factor to >1.25 
V/div. 

Input R and C 

608 — 1 Mi; paralleled by <60 pF 
624 — 1 Ml* paralleled by <47 pF 

X-Y Phase Difference 

608 — Not more than 1 0 to at least 1 .5 MHz 
624 — Not more than 1 0 to at least 1 0 MHz 
Maximum Input Voltage — ± 100 V (dc plus peak ac) 

Linear Common-Mode Signal Range (with Option 21) — ±3 
V. nonattenuated (Option 22 extends range 5X to ±15 V.) 
Common-Mode Rejection Ratio (with Option 21) — At least 
100:1 from DC to at least 100 kHz Option 22 (5X attenuator) 
reduces cmrr to 40:1 to 100 kHz 
Recommended Source Impedance — 10 kS2 or k»ss. 

Z-AXIS AMPLIFIER 

Z-axis amplifier permits intensity modulation of the writing 
beam 

Bandwidth 

608 — Dc to 10 MHz over the usable range 



624 — Dc to 5 MHz over usable range 
Sensitivity range is adjustable from 0 to +1 V to 0 to + 5 V for 
full intensity control. Zero V input cuts off intensity with front 
panel control at midrange 

Input R and C 

608 - 1 M1J ± 1% paralleled by <60 pF 
624 — 1 Mil ±1% paralleled by <47 pF 
Linear Common-Mode Signal Range (with Option 21) — ±5 
V. nonattenuated. 

Common-Mode Rejection Ratio (with Option 21) — >100 1 
to 100 kHz 



ORDERING INFORMATION 



608 Display $2690 

(without handle feet or covers) 

624 Display $2640 

(without handle, feet or covers) 

PERFORMANCE OPTIONS 
Option 10 25-pin Remote Program Connector 

X, Y and Z, single ended inputs Add $50 

Option 20 Without ac supply (± 18 V unregulated 
dc supply required. (Not available with Option 06) 

(624 only) Sub $30 

Option 21 Full Differential Inputs (X, Y, and Z) .... Add $50 

Option 22 5X Attenuators Add $35 

Option 24 Lineanzed Z-Axis (Gamma Correction) 

(608 only) Add $75 

Option 25 TTL Blanking Add $75 

SAFETY OPTIONS 
Option 06 UL 544 Listed, includes 

handle, feet and covers Add $100 

Option 09 UL 544 Component Recognition No Charge 

MECHANICAL PACKAGING OPTIONS 

Option 01 Internal graticule No Charge 

Option 23 Handle, Feet and Covers (not avail- 
able with Options 06 and 28) Add $80 

Option 28 Covers only (not available with 

Options 06 and 23) .. Add $70 

Option 29 Metal Bezel Add $70 

Rackmount kit to mount two 608s or 624s side by side, 
or one 608 or 624 and a 606B side by side in a 19 in rack. 

Order 040-0600-00 $180 

Rackmount kit to mount one 608 or 624 and one empty 
cabinet side by side in a 19 in rack. 

Order 040-0601-00 - $290 



SPECIAL PRICING. TERMS AND CONDITIONS ARE AVAIL- 
ABLE TO QUALIFIED OEMs. CONTACT YOUR LOCAL 
TEKTRONIX REPRESENTATIVE FOR COMPLETE 
INFORMATION. 



TCZL/ general purpose 

I Lll \ WAVEFORM DISPLAY 




620 



General Purpose X-Y Waveform Display 
Many Packaging Options 
Exceptionally High Reliability 



The 620 can be used in any situation requiring an 
economical, X-Y waveform display. Electronic in- 
strumentation applications include pulse height, 
network, spectrum, logic and signal analyzers 
and digitizers. The 620 is also used in mechanical 
measurement instruments for vibration tests and 
NDT And in the medical field it is used for A 
mode imaging The 620 offers spot size of 0 38 
mm (15 mils), a 10 x 12 cm screen, and usable 
brightness up to 100 cd/m 2 (30 fL). 

Built-in reliability. The typical power require- 
ment of about 22 watts means less power dram 
and a lighter weight power supply, so your overall 
system can be lighter, more compact, and gener- 
ate less heat An option allowing dc operation 
from your power supply further reduces power 
consumption and weight By using fewer parts 
and lower power, display and system reliability 
are improved, and service costs can be lower 
Packaged the way you want it The 620 comes 
with a wide variety of packaging options which 
allow you to easily integrate the display into your 
system 

620 standard package. Easily mounts in your 
custom cabinetry The operator controls are con- 
veniently positioned to the right of the CRT 
The 620 narrow package (Mod BD). Easy to 
install in your product. Mount in any position: 
Horizontal, vertical, angled or upside down All 
electronics are on one side, for simplified inter- 
face and adjustments 

Once installed in your product, only the CRT 
screen and metal bezel show Position the four 
operator controls wherever you want Controls 
can even be mounted internally 
Just 17.5 cm (6 9 in) wide, to save you space 
Weighs only 3.5 kg (7.7 lb), to help make your 
product lighter 

The Display Narrow Package requires external dc 
power (+ 18 V to 26 V dc unregulated), which 
must be supplied by your system Mod BD 
cannot be powered directly from ac sources All 
power connections and input signals are made to 
interconnect pins inside the monitor Connector 
pins and cables are supplied with the unit 



620 stand-alone package. With handle, feet 
and covers: An excellent choice for your remote 
monitor 

620 horizontal and vertical packages. An 

empty compartment next to or below the display 
provides space for your custom circuitry, resulting 
in an integrated enclosure You can assemble this 
package for your product and save valuable 
development and tooling costs The handle fits 
on top of the vertical package and on the side of 
your choice for the horizontal package Option 31 
allows you to use your own power supply and a 
single ac power cord 

620 rackmount package. Slide-out 19 in rack 
assembly mounts one 620 and one compartment 
for your electronics alongside Or, you can mount 
two 620s side by side 

NOTE: While the 620 Display Narrow Package is 
configured for dc power only, the standard 620 is 
configured for ac power (built-in supply) It can 
also be configured for dc power 
Any 620 package can be ordered with UL 544 
Component Recognition, for applications where 
the 620 is directly inserted into an OEM system 
UL 544 Listing is also available and includes 
handle, feet and covers 

Comprehensive support services. All 

Tektronix displays are backed by a worldwide 
service network Comprehensive, easy-to-read 
manuals and complete drawings are provided, 
and complete drawings are available to speed 
mechanical integration Spare parts documenta- 
tion is available to optimize serviceability and 
lower your spare parts inventory cost 
CHARACTERISTICS 

CRT DISPLAY 

Cathode Ray Tube — 16.5 cm (6.5 in) flat-faced rectangular 

CRT with P31 Phosphor 

Spot Size — 0 38 mm (15 mils) at 0 5 nA 

Display Size — 10 cm vertically. 12 cm horizontally. 

Graticule — External graticule included as accessory Internal 
8x10 div (1.22 cm/div) graticule available as Option 01. 
Display Linearity — The voltage required to produce a 2.5 cm 
deflection from any point on the CRT will not vary more than 
5% 

Acceleration Potential — 12 kV 

VERTICAL AND HORIZONTAL AMPLIFIERS 
Bandwidth — Dc to 2 MHz 

Settling Time — 1 *is from any point on the CRT within 0.05 
cm of final position 

Deflection Factor — Adjustable. <0.9 Vto>1.5Vper10cm 
(vertical). <0.8 V to *1 2 V per 10 cm (horizontal). 

Input R and C — 1 Mli shunted by <47 pF 
X-Y Phase Difference — <1* dc to 500 Hz. 



Max Input Voltage — ± 25 V (dc plus peak ac). 
Recommended Source Impedance — 10 kU or less 
Z-AXIS AMPLIFIER 

Linear Z-Axis — Amplifier permits intensity modulation of the 
writing beam Positive input to + input increases the display 
intensity. Can be reversed by internal change 
Bandwidth — Dc to >5 MHz 

Input Sensitivity Range — Not adjustable 1 0 V will produce 
maximum brightness with Intensity Control set at mid-range 

INCLUDED ACCESSORIES 
External Graticule. 



CABINET DIMENSIONS 

(without modular packaging) 



Dimensions (without 


cm 


in 


modular packaging) 
Height (without feet) 


13 26 


522 


Width 


21 40 


843 


Length 


50 04 


1970 


Weight (without handle. 


*9 


lb 


feet and covers) 
Net 


533 


11.75 


Shipping (without 


689 


15.2 


handle, feet and covers) 







MOD BD DISPLAY NARROW PACKAGE 

The 620 Display Narrow package (Mod BD) is designed to be 
easily incorporated within your cabinetry. 



CABINET DIMENSIONS FOR NARROW PACKAGE 



Dimensions 


cm 


in 


Height (without feet) 


12 88 


5.07 


Width 


1746 


688 


Length (overall) 


47.68 


18.77 


OPENING NEED FOR BEZEL ( 




Height 


12 97 


5.11 


Width 


14.14 


5.11 


Comerradii 


048 


0 19 



ORDERING INFORMATION 
620 Display (without handle, feet and 

covers) $1400 

Option 01 Internal Graticule No Charge 

Option 06 UL 544 Listed includes handle. 

feet and covers Add $100 

Option 09 UL Component Recognition * 

(not compatible with Option 06) No Charge 

Option 10 Remote 25-pin program connector, X, Y, and Z- 
axes. Single ended inputs only. (Not available with Option 
31) Add $50 



Option 20 Delete ac power. External dc power required 
( + 1 7 to 26 V, ~ 0.9A) Not available with Option 06 or 31) 

Sub $25 

Option 23 handle, feet and covers (not available 

with Options 06, 28, 31 and modular packaging) . Add $80 

Option 25 TTL Blanking* .... Add $50 

Option 28 With cover only— no trim strips (not available 
with Options 06, 23, 31 and modular packaging .. Add $70 
Option 31 Delete all rear panel BNCs, dc power connector 
and ac power supply and switch. Option 31 includes provi- 
sion for external dc power ( + 17 V unregulated). All power 
connections and input signals are made to interconnect 
pins inside monitor. Not compatible with Options 06, 10. 20. 
23 and 28. Can be used with 016-0409-00 or 016-0410-00 

packaging Sub $25 

620 Mod BD Display Narrow Package, without handle, feet 
and covers. Dc power only. Request quote. 

RACKMOUNT KITS 

Rackmount to one 620 in a 19 in rack. Includes frame, 
covers and rack slides. Not available with Options 06, 23, 

28, Order 016-0404-00 $245 

Rackmount for two 620s side by side in a 19 in rack. 
Includes covers and rack slides. Not available with 

Options 06, 23, 28, and 31 Order 016-0405-00 $215 

‘Also available for 620 Narrow Package. 

MODULAR DRESS PACKAGING 



Vertical Package — Consists of empty compartment, 
connecting hardware, handle, feet, and covers 

Order 016-0409-00 $215 

Horizontal Package — Consists of empty compartment. 

connecting hardware, handle, feet, and covers 

Order 016-0410-00 $215 



SPECIAL PRICING, TERMS AND CONDITIONS ARE AVAIL- 
ABLE TO QUALIFIED OEMS. CONTACT YOUR LOCAL 
TEKTRONIX REPRESENTATIVE FOR COMPLETE 
INFORMATION. 
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GMA 103 



19 Inch High Performance 

Modular Graphic and Alphanumeric Display 

Storage and Color Refresh Capability 



The GMA 103 is a high performance member 
of the GMA display product family which 
provides the new feature of color enhanced 
refresh. The family features are A) a blending of 
storage and refresh technology, B) modular con- 
struction and C) performance, interface and 
packaging options to configure a display to fit 
your application 

Color refresh for quick differentiation of re- 
fresh from stored information. The powerful 
combination of having storage and refresh dis- 
play technology combined in one computer dis- 
play module is further enhanced by the use of 
color Stored information appears in the familiar 
green color while refresh data is displayed in a 
new yellow-orange hue The result is that working 
files in refresh are easily distinguished from even 
the most dense fixed or more finalized stored 
files 

The dynamics of color enhanced refresh. 
The flicker-free data density and detail of 
storage. The GMA 103 will display up to 40 
vector meters (1,575 vector inches) (30 Hz refresh 
rate) of refreshed data while simultaneously hav- 
ing all the benefits of storage technology The 
storage mode presents high resolution, high den- 
sity graphics at a low cost. Color refresh adds 
selective erase, interactivity and dynamic motion 
with the same high resolution of storage By 
placing fixed or finalized data in store while 
retaining dynamic or working data in refresh, you 
can achieve high density, interactive graphics 
while making maximum use of your computer to 
address the application task rather than support 
the display 

Modular Construction. The CRT. low voltage 
power supply and printed circuit board modules 
are arranged on a unique high strength wireform 
chassis This construction not only supports dif- 
ferent performance, interface and packaging op- 
tions but permits easy removal of modules for 
field service 

Options Addressed to the OEM. The standard 
instrument is driven as an X-Y directed beam 
display using analog inputs Space has been left 
in the card cage for you to add up to three circuit 
boards with your application options Our Option 
43 High Speed Vector/Dot Character Generator 
can be plugged into two of these positions to 
give you a completely digital interface (16 bit 
word format plus control and status signals) You 



can use your interface connector or ask for our 
Option 34 (analog) or Option 35 (digital) connec- 
tor as appropriate The standard instrument has a 
colored glass filter and is compatible with 
Tektronix hard copy units The display can be 
supplied with the CRT module tilted as far back 
as 15° and oriented in either the horizontal or 
vertical (page) format Several support options 
are also available 

Operation. All display functions are completely 
programmable and designed to interface to TTL 
logic The display functions are Write Thru. Non- 
Store. Brite. Defocus, Center, Copy, Erase, View 
and G Busy The X-Y inputs are analog, the beam 
resting at center screen with zero volts applied 
The GMA 103 is completely compatible with other 
members of the GMA family If refresh is already 
being used in a GMA family display, no new 
signals are required to support color refresh 

Write-Thru. Displays refreshed information on 
the screen concurrently with stored data 

Non-Store. Allows the GMA 103 to be used as a 
refresh-only display at a higher viewing contrast 

Defocus. Increases the spot size slightly May be 
used in store or refresh modes 

Brite. Increases the intensity slightly for storing 
wide vectors or boldface characters To be used 
in conjunction with DEFOCUS 

Center. Resets the origin shift circuitry used to 
protect the CRT during repeated over-write 
operation 

Copy. Initiates hard copy when attached to a 
TEKTRONIX 4611 or 4631 Hard Copy Unit 



Erase. Activates full screen erasure of stored 
information 

View. Switches the GMA 103 back to the View 
Mode after it has switched to the 
nonprogrammable Hold Mode 

Hold. Automatically activated to reduce the 
brightness of the stored display after 112 sec- 
onds of display inactivity, thus increasing CRT 
life Supplying a positive-going edge to G-BUSY 
will prevent the display from dropping into the 
Hold Mode Inputs on the Z-AXIS normally serve 
this purpose 

In addition to the control functions, other signals 
are provided by the GMA 103 to indicate status 
SLU and D-BUSY are outputs provided to let the 
system know whether or not to send the display 
any additional data If either of these signals is set 
true, another function is taking place and data 
should not be sent 

A CRT anti-burn circuit is provided to protect 
against burning the CRT phosphor in the event 
that X and Y deflection is not commanded to 
move or is lost with the writing beam on. In 
addition, the screen is automatically erased after 
30 minutes from the last Z-AXIS or G-BUSY 
pulse or VIEW initiate, thus preventing residual 
images 

Special Performance or Packaging Require- 
ments? Your local Tektronix Sales Engineer can 
describe all standard options, and put you in 
touch with Tektronix Application Engineers to 
resolve special requirements 

Continued overleaf 



oo 



TPU' 0EM 

I Llr\ COMPUTER DISPLAY MODULES 



DISPLAY CHARACTERISTICS 

CRT — 483 mm (19 in) diagonally measured Direct View Stor- 
age Tube 

Addressable Area — 267 mm x 356 mm (10 5 in x 14 in). 
Stored Resolution — Screen Center. 157 line pairs/mm (40 
line pairs/in). Screen periphery. 138 line pairs/mm (35 line 
pairs/in). 

Stored Dot Writing Time — 5 or less. 

Stored Vector Writing Rate — 150 m/s (5900 in/s). 
Refreshed Vector Writing Rate — (Write-Thru and Non- 
Store) 1200 m/s. (47,240 in/s). 40 vector meters, (1575 vector 
in) (maximum) at 30 frames/s. 

Viewing Time — At least 15 minutes at specified resolution 
Erase Time — 1.5 s ±20%. 

DEFLECTION AMPLIFIERS 
X-Y Inputs — Differential 
Origin — 

(X = 0, Y = 0 Volts) — Center screen 
Origin Shifter — Shifts display origin to one of eight locations 
Resets to a beginning point after a Center command Total 
travel is 4.5 mm (0.179 in). 

Polarity (with respect to X-Y inputs) — X = long axis. Y - 
short axis, selected by jumpers) + V moves beam right (X) 
and up (Y) when applied to “ “ inputs. - V moves beam left 
(X) and down (Y) when applied to * + * inputs. 

Input Sensitivity — Long axis 10 V p-p full screen ±2.5%. 
Short axis: 7.5 V p-p full screen ± 2.5% of long axis. 
Maximum Input Voltage — ±6.5 V (dc + peak ac). 

Input Impedance — 10 ktl ± 10% paralleled by <100 pF 
Slew Rate (non-linear operation) — 5000 m/s. 

Settling Time (non-linear operation) — 1 + 2 *jS/cm to 

within one spot diameter for vector lengths >1 cm. 3 *<s to 
within one spot diameter for vector lengths ^1 cm. 

Positional Accuracy — All points within the CRT addressable 
area are addressable with an accuracy of ± 1 .25% of the long 
axis dimension 

Z-AXIS 

Input Requirements — TTL compatible LO True. (Strap se- 
lectable to HI True). 

Rise Time — 70 ns. limited to 1 MHz continuous repetition 
rate 

Input Impedance — 50 U. (Strap selectable to 75 U or 93 W. 

OTHER CHARACTERISTICS 

Remote Control — All operating modes can be controlled by 
applying appropriate TTL LO True signals to the appropriate 
control line at the interconnect board These modes are Erase. 
View. Copy. Write-Thru. Non-Store. Brite. Defocus. Center and 
G Busy 

Status Signals — Output signals provided to indicate status of 
display are D Busy and SLU The HCU status signal is avail- 
able when an appropriate hard copy device is connected 



CHARACTERISTICS 
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GMA 101A/GMA 102A 

Both the GMA 101 A and GMA 102A are 483 
mm (19 in) diagonal modular graphic and al- 
phanumeric storage displays. The GMA101A 
is a storage-only display The GMA102A is a high- 
er performance instrument that also has refresh 
capability Both are configured for optimum 
modularity, with printed circuit board modules ar- 
ranged on a unique high-strength wireform chas- 
sis. This construction not only supports different 
performance, interface and packaging options, 
but permits easy removal of modules for field 
service 

The GMA 101 A — high resolution storage. 

The GMA 101 A makes the benefits of low cost, 
high resolution storage technology graphics avail- 
able to the OEM system builder in a modular dis- 
play This family member is tailored for an appli- 
cation that emphasizes storage graphics You 
can use our options or yours to take advantage of 
the very fast stored data-drawing capability of the 
GMA 101 A — 100 m (3900 inches) per second At 
this drawing rate, the entire screen can be 
redrawn in less than one second, permitting ef- 
fective zooming or panning In addition, data or 
picture editing can proceed with minimal thought- 
process interruption You can achieve high densi- 
ty interactive graphics while freeing your comput- 
er to address the application rather than drive the 
display 



Operation — both instruments. All display 
functions are completely programmable and de- 
signed to interface to TTL logic They are Write- 
Thru (GMA 102A only), Non-Store, Brite, Defocus, 
Center, Copy, Erase, View and G Busy. 

Options Addressed to the OEM. Both instru- 
ments in the standard display format are driven 
as X-Y directed beam displays using analog in- 
puts Both have clear glass filters and are com- 
patible with Tektronix hardcopy units. On either, 
the display can be supplied with the CRT module 
tilted as far back as 15° or oriented in either the 
horizontal or vertical (page) format. Space has 
been left in the card cage for you to add up to 
three circuit boards with your application options. 
Additionally, on the GMA 102A, our Option 42 
Vector Generator or Option 43 Vector/Character 
Generator can be plugged into two of these posi- 
tions to give you a completely digital interface (16 
bit word format plus control and status signals). 

On both instruments, you can use your interface 
connector or ask for our Option 34 (analog) or 
Option 35 (digital) connector as appropriate 



The GMA 102 A — storage and refresh. With 
the GMA 102A, you can display up to 40 vector 
meters (1575 vector inches) (30 Hz refresh rate) 
of refresh data while simultaneously having all of 
the benefits of storage technology The storage 
mode presents high resolution, high density 
graphics at low cost, while the refresh feature 
adds the benefits of selective erase, interactivity 
and dynamic motion with the same high resolu- 
tion of storage By placing fixed or finalized data 
in store while retaining dynamic or working data in 
refresh, you can achieve high density, interactive 
graphics while making maximum use of your com- 
puter to address the application task rather than 
support the display 
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GMA 125 



The GMA 125 was designed exclusively for 
systems builders, and is intended to satisfy 
display applications of the greatest size and 
complexity. It incorporates 65 percent more 
workspace than even our own previous industry 
leaders, the 483 mm (19 in) GMA 101 A and GMA 
102A Like other members of the GMA series, it 
provides low cost, high resolution, storage tube 
graphics and unique flexibility of performance, 
interfacing and packaging 

Further, the GMA 125 offers that same powerful 
combination of simultaneous storage and re- 
freshed displays that was first provided in the 
GMA 102 A 

The detail of storage. The dynamics of re- 
fresh. The GMA 125 features a 635 mm (25 in) 
CRT that offers unequaled information display 
capacity Adjacent points that would be indistin- 
guishable on a smaller screen can be seen as 
distinct units on the GMA 125 It is ideal for group 
viewing and for greater graphics detail. A new 
110° CRT provides greater display brightness 
with less energy consumption in a more compact 
package 

The GMA 125 will display up to 50 vector meters 
(1968 vector inches) of refreshed data, enabling 
all the benefits of selective erase, interactivity and 
dynamic motion with the same high resolution of 
storage 



By placing fixed or finalized data in store while 
retaining dynamic or working data in refresh, you 
can work interactively with high density graphics 
and alphanumerics while making maximum use of 
processing power to address the application 
rather than support the display. 

Modular design assures ideal building econ- 
omy. Order CRT, chassis and power supply only, 
or configure your GMA 125 to best fit your own 
manufacturing capabilities and system specifica- 
tions. The welded-steel, symmetrically structured 
chassis may be rotated vertically or horizontally, 
and tilted Space is left in the card cage for your 
own application options Or you can plug in our 
Option 42 Vector Generator or Option 43 
Vector/Character Generator to provide you with a 



completely digital interface (16 bit word format 
plus control and status signals) You can use your 
interface connector or our analog or digital inter- 
face options 

Colored light filters and several other support 
options are also available 

Operation. The standard display instrument is 
driven as an X-Y directed beam display using 
analog inputs The CRT beam is positioned at 
center screen with zero volts applied All other 
display functions are completely programmable 
and designed to interface to TTL logic The 
display functions are Write-Thru, Non-Store. Brite, 
Defocus. Center, Copy. Erase, View and G Busy 
The Z-axis input is a digital signal 



4633A 



Line Scan Recorder 
Black on White or Gray Scale 
Excellent Copy Quality 
100 mm/s Paper Speed 



The Tektronix 4633A Continuous Recorder is de- 
signed to provide hard copy output from systems 
that provide a Z-axis input signal simultaneously 
with an X-axis (horizontal ramp) signal It is 
uniquely suited to the requirements of the medi- 
cal echocardiography market and can also be 
modified to suit other applications where there is 
a need for recording real time data 

The 4633A has three basic speeds, selectable on 
the front panel 10 mm/s. 25 mm/s, and 50 mm/s 
Another switch allows the operator to double 
each of the three basic speeds This provides a 
maximum speed capability of 100 mm/s and also 
gives the operator considerable operational 
flexibility 

The 4633A is available as either a rackmount or 
benchtop model The rackmount version fits into 
any standard 19 inch rack. 

The medium: high performance/low cost, dry 
process, full-size paper. The 4633A is de 
signed for high performance/low cost dry silver 
paper The state of the art in dry process gray 
scale 



SUPPLIES 

High Performance Paper — One roll, order 006-2432-00 
One case, order 006-2432-01 




After the paper has been exposed by a fiber 
optic CRT. it passes through a processor, where 
the latent image is thermally developed The 
developed image is transported by a conveyor 
through an opening in the front panel 



Unwanted interruptions will be minimal Big 500- 
foot paper rolls mean few time-outs for reloading 
The paper is a full 8 1/2 inches wide 



The 4633A's image quality, convenience, reliabil- 
ity, and competitive pricing combine to make it a 
valuable component of an OEM system 



Height 

Length 

Width 
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4633A OPTIONS 

Option 30 Delete Rackmount Hardware 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



CHARACTERISTICS 

Recording Medium 

Material — Dry silver paper — High performance 
Paper Roll Length — 152 m (500 ft). 

Paper Roll Width — 216 mm (8 5 in) 



GENERAL PERFORMANCE CHARACTERISTICS 
Warmup Time — 20 min. 

Image Width — 14-20 cm (5 5-7 9 in). 

Image Format — Scan lines perpendicular to direction of exit- 
ing paper 

Gray Shades — 5 levels mm 



PHYSICAL CHARACTERISTICS 
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COMMUNICATIONS 

DIVISION 



Providing quality products designed to test, 
measure and monitor television, RF, and audio 
electronic signals is the responsibility of Tek's 
Communications Division. Austin Basso, division 
sales manager, shown here with representative 
spectrum analyzer, cable tester, and television 
instruments, exemplifies our continuing commitment 
ito the markets we serve. Through a cohesive 
network of domestic and international sales and 
service locations, each with personnel experienced 
and knowledgeable in the communications 
marketplace, we bring Tektronix performance and 
support to our customers throughout the world. 



Photo courtesy of KATU. Portland. Oregon 
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The following page contains a synopsis of 
Tektronix Television products. For details 
about worldwide standards, other products, 
and complete descriptions, contact your 
nearest Tektronix office listed on pages 366- 
368. 



Interface Modules add versatility by helping fit 
the 690SR to a wide variety of user require- 
ments. New modules will become available to 
keep it configurable to your needs. 
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690SR Option 01 



690SR Television Color Monitor 



High-Resolution, Dot-Shadowmask CRT 
Precise Color Convergence 
Stabilized Color Balance 



Rugged Construction 
Preset Controls 



Plug-in Decoder 

Recommended for Critical Picture Evaluation 



The 690SR is a new tool for the television industry 
to meet critical needs for picture evaluation and 
quality control. With a high resolution delta gun, 
dot shadowmask picture tube and precise, stable 
decoding circuitry, the 690SR offers faithful rendi- 
tion of picture details and ease of closeup view- 
ing The optional medium resolution CRT provides 
uniform screen appearance and excellent resolu- 
tion at greater viewing distances. With either 
picture tube, Tektronix unique color convergence 
system provides accurate color registration over 
the entire screen — less than 0.5 mm maximum 
error, equivalent to less than 0.18% of picture 
height — so that fine details can be observed 
anywhere in the picture. 
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Stabilized circuitry compensates for picture tube 
aging and maintains accurate color balance. 
Front panel controls for brightness, contrast, 
chroma, hue and aperture have detent positions 
so that the monitor may be returned to its preset 
condition quickly and accurately. Adjustments for 
the preset positions of front panel controls are 
located within a lockable front drawer together 
with virtually all other adjustments needed for rou- 
tine servicing 

Decoders are available for NTSC and PAL stan- 
dards A flexible modular plug-in design permits 
the 690SR to accomodate changes in standards 
and additional modules will become available to 
meet future needs Three systems are available 
at this time, comprising: the 690SR Option 01, 
which is an NTSC color monitor including a 69M00 
notch filter decoder module installed in a 690SR 
mainframe; the 690SR Option 02*. which is an 
NTSC color monitor including a 69M01* comb or 
notch filter (switchable from front panel) decoder 
module installed in a 690SR mainframe, and; the 
690SR Option IT, which is a PAL color monitor 
including a 69M10* decoder module installed in a 
690SR mainframe. 

All versions of the 690SR are available with a high 
resolution CRT (standard) with 0.31 mm dot triad 
spacing, or with a medium resolution CRT (Option 
25) which has 0.43 mm dot triad spacing. EBU 
phosphor colorimetry is also available (Option 
27)* All versions of the 690SR are supplied with 
rack slides for mounting in a 19 inch standard 
rack 

•Available early in 1982 



690SR Option 42 

RGB Multirate Color Monitor 



Scan Rates from 15 to 37.5 kHz 



Adjustable Picture Size 
Full Video Gray Scale 
Flexible Interface 



Modular Construction 

High Performance for Television or 
Computer Graphics 

Excellent Color Convergence over Entire 
Screen 



The 690SR Option 42 has been designed to 
provide an accurate display of high quality im- 
ages and computer graphics Wide range scan 
circuits, excellent convergence and modular con- 
struction make the 690SR Option 42 an ideal 
choice for laboratory experiments and for sys- 
tems where easy reconfiguration to different scan 
formats will make it possible for one monitor to do 
many jobs. 

The 690SR Option 42 will operate over a horizon- 
tal scan rate range of 15 to 37.5 kHz, covering the 
range from standard television formats to above 
the 1280 by 1024 pixel format used for high 
resolution graphics With the additional feature of 
adjustable picture size and aspect ratio, the 
690SR Option 42 can be used for displays in 
unconventional formats. Excellent color conver- 
gence — less than 0.5 mm maximum error any- 
where on the screen — is maintained over the 
entire rate range with only slight readjustment of 
controls. 

The high resolution picture tube (0.31 mm dot tri- 
ad spacing) is standard with all versions of the 
690SR; however, a medium resolution CRT (0.43 
mm spacing) is available as Option 25. Long per- 
sistence phosphors for flicker reduction in inter- 
laced graphics displays is Option 26. 

The 690SR Option 42 is an RGB monitor including 
a 69M41 interface module installed in a 690SR 
mainframe. Either internal sync on green or exter- 
nal sync may be used. The 690SR Option 42 is 
supplied with hardware for rack mounting. 

ORDERING INFORMATION 



690SR Television Color 

Monitor Mainframe $7950 

Option 01 NTSC Interlace Installed Add $1 100 

Option 25 Medium Resolution CRT Sub $250 

Option 26 Long Persistence Phosphors 

(High Resolution only) Add $150 

Option 42 Multirate RGB Interface Installed Add $2000 

69M00 NTSC Decoder 

Interface Module $1100 

69M41 RGB Interface Module $1000 
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650HR 

Series NTSC, PAL Color Picture Monitors 

Precise Color Tracking Over Full Signal 
Range 

Two Switchable Inputs Isolated from Ground 
for Hum Rejection 



External Sync Switching Capability 

Differential (A-B) Inputs for Sync Timing and 
Burst Phasing Adjustments 

High Resolution Trinitron CRT 

Variable Aperture Correction 

NTSC, PAL, and Dual Standard Versions — 
RGB Inputs Optional 

Rapid Retrace — Entire Active Picture Area 
can be Displayed in Underscan 

Precision Decoding — Outputs may be used 
to Present Vector Displays on X-Y 
Oscilloscopes 

Unique "Blue Only" Capability for Optimizing 
VTR Settings 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here. 
All 650HR Monitors are shipped with rackmounting hardware 



Cabinet version hardware is also included. 

650HR NTSC $5350 

650HR-1 NTSC -I- RGB $5545 

651 HR PAL $5580 

651 HR-1 PAL -I- RGB $5810 

655HR NTSC + PAL $6125 

655HR-1 NTSC -I- PAL + RGB $6365 



Accurate vector displays on X-Y oscilloscopes 
such as the TEKTRONIX 1424 are made possible 
by the precision decoder outputs on TEKTRONIX 
650HR Series Monitors. 

Color Picture Monitors — NTSC, PAL, 
SECAM, RGB 

In addition to having stable, consistent color char- 
acteristics, Tektronix Color Picture Monitors pro- 
vide underscan and vertical and horizontal delay 
for detailed examination of the entire picture. A 
special high resolution Trinitron CRT and adjust- 
able aperture correction provide consistently high 
picture sharpness. Isolated differential inputs for 
encoded/composite or RGB signals, flexible syn- 
chronization and unique Blue Only mode permit 
the 650HR Series Monitor to meet a variety of 
needs — both in television systems for displaying 
and monitoring television picture quality and in 
special systems where a laboratory quality dis- 
play is required 



650HR 

Series SECAM Color Picture Monitors 



Color Sequencing from Field Identification 
Signals or Line Burst 

Precision Decoding Allows use of R-Y, B-Y 
Outputs for Vector Display Measurements 

PAL/SECAM Version Available (656HR) with 
Front Panel Selection of Decoding Standard 

RGB Inputs (Optional) Includes R-Y, B-Y 
Output 

Variable Aperture Correction 

Vertical and Horizontal Delay Display Modes 

Reduced Chrominance Line Crawl 

Indicates Color Sequence Error 

Rapid Retrace — Entire Picture Area is Dis- 
played in Reduced Scan 

Two Switchable Inputs Isolated from Ground 
for Hum Rejection 



ORDERING INFORMATION 

When ordering. please use the exact nomenclacture given here. 



653HR SECAM MONITOR $6355 

653HR-1 SECAM + RGB $6570 

656HR SECAM -I- PAL $6980 

656HR-1 SECAM -I- PAL + RGB $7190 

Option 01 MiniQuick Connectors for 

653HR, 656HR Add $130 

Option 01 MiniQuick Connectors for 

653HR-1.656HR-1 Add $195 



105 



TCU' WAVEFORM 
I L.f\ MONITORS 




1480 Series 



Bright CRT Especially Suitable for Vertical 
Interval Testing 

Advanced Measurement Modes 

Amplitude Measurement Accuracy 
Approaching 0.2% 

Digital Selection of Line and Field 

Probe Input Option 

15 Line Display for VTR Applications 



The 1480 Series of Waveform Monitors. 

There are 1480 Series Monitors for PAL, PAL M, 
NTSC, and SECAM Dual standard units are also 
available The differences between the monitors 
in the series are essentially confined to what lines 
in the vertical interval are selectable, what vertical 
amplifier response modes are available, and to 
the field selection modes Dual-Standard Monitors 
automatically recognize the signal standard in 
use and indicate that standard on the front panel 

Vertical interval testing. The bright CRT of the 

1480 Series eliminates many of the VITS monitor- 
ing difficulties associated with previous waveform 
monitors CRT brightness is sufficient to allow you 
to easily see one Vertical Interval Test Signal 
selected out of four fields, even in a well-lighted 
area This solution to VITS display problems re- 
quired the design of a very high light-output CRT, 
which is only one of the unique features of the 
1480 Series 



More accuracy, greater resolution. The 1480s 
provide several advanced measurement modes 
for more accuracy These allow you to make 
amplitude measurements to an accuracy ap- 
proaching 0.2%. In one mode, a precision display 
offset is used A proven video measurement 
technique, offsetting displays with an amplitude 
standard is an easy-to-use method that achieves 
accuracy by eliminating parallax and transfer 
errors Transfer errors are eliminated because the 
signal is compared to a precise 1 V standard 
rather than to graticule calibration Measurements 
made with comparison techniques also are highly 
consistent and repeatable When the signal pre- 
cisely matches the standard, signal amplitude will 
be determined to the value and accuracy of the 
offset The tolerance of the internal calibration 
signal used as the standard is 0 2%. 

Sure line selection, positive field identifica- 
tion. Digital selection of field and line assures 
positive identification of displayed information 
For example, selection of line 18 of field 2 assures 
display of line 18, field 2. Digital techniques will 
not allow an incorrect selection 

Response selection and a unique auxiliary 
mode Many television measurements require the 
filtering of some components from the composite 
signal For example, luminance signal rejection by 
3 58 MHz or 4 43 MHz subcarrier filters for differ- 
ential gain measurements A selection of appro- 
priate filters is provided in the 1480s, including 
low pass, IRE, subcarrier, and one for staircase 
linearity measurements called differentiated stair- 
case When specialized or unique measurements 
require a special filter, you may insert that filter 
between the auxiliary video output and auxiliary 
input The auxiliary video input mode, selected by 
the response control, allows you to add a filter or 
other device without breaking into the program 
line The auxiliary video input and output are 
buffered by amplifiers to provide a precise 75 12 
source and load 

In the 1480 Series, monitor focus and brightness 
controls compensate for changes when switching 
from a two field setting to a faster time base and 
can easily be set to an optimum level 



The fastest sweep time is 0 1 ns per division, fast 
enough and bright enough to examine T pulses 
The 1480s are calibrated in ns with a basic 2% 
time base accuracy (3% when using the magnifi- 
er) X50 is the greatest range of magnification 
with steps of 10, 5, 2, and 1. 

The sync recognizer has two modes: AFC and 
Direct This provides a way to display jitter or to 
stabilize a jittery display 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here 

1480C NTSC Waveform Monitor $4840 

1 480R NTSC Waveform Monitor $4840 

148 1C PAL Waveform Monitor* $5035 

1481R PAL Waveform Monitor* $5035 

1482C PAL-M Waveform Monitor $5420 

1482R PAL-M Waveform Monitor $5420 

1485C PAL/NTSC Dual Standard 

Waveform Monitor* $5325 

1485R PAL/NTSC Dual Standard 
Waveform Monitor* $5325 

Option 01 1 Mt2, 20 pF Probe Input (probe not in- 
cluded) Add $245 

Suggested Probe P6108 10X Probe. 

2 m order 010-6108-03, 3 m order 010-6108-05 $90 

Option 02 With Carrying Case (Cabinet Version 

Only) $115 

Option 03 With Blank CRT No Charge 

Option 04 Tone Wheel Sync (1480C. 

1481C. 1482C. and 1485C only Replaces 
529 or T04 in some RCA VTRs — Check 

with RCA for retrofit compatibility) Add $665 

Option 05 Tone Wheel Sync (1485C only — check 

with RCA for retrofit compatibility) Add $655 

Option 06 1 24 tt WECO Style Inputs 

(1480R only) .. Add $1660 

Option 07 Slow Sweep. ** Add $405 

Option 08 SECAM Field Identification (1481C. 1481 R. 

1485C and 1485R only). Add $275 



* 1481C/R. 1485C/R meets European Broadcast Union Tech. 
3221 -E. Guiding Principles for design of Television Waveform 
Monitors 

•* Option 07 satisfies EBU Tech 3221 -E §3 2.2 
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Internal Graticule CRT 

Ac or Dc Input Coupling 

Video Output of Displayed Signal 

Precise Frequency Response 

Line Tilt and Pulse Response (K Factor) 
Measurements 

Different Versions for 525 or 625 Line 
Systems 

UL 1244 Listed and Certified to CSA 556B 



The TEKTRONIX 528A Waveform Monitor is in- 
tended for television measurement and monitor- 
ing applications, adding new features and capa- 
bilities to the well known 528 

The 528A provides bright, easy-to-read waveform 
displays on a 125 mm (5 inch) CRT with illuminat- 
ed internal graticule for parallax-free waveform 
monitoring and measurement while only requiring 
5 1/4 inches of vertical height and 1/2 rack width 
mounting space This permits mounting the 528A 
side-by-side with another 528A or other monitors, 
such as the TEKTRONIX 1420 Vectorscope A 
version of the 528A in a carrying case is also 
available 



Selectable from the front panel, either of two 75- 
ohm video inputs may be displayed and the 
selected input is available on the rear panel 
VIDEO OUT connector for routing to a picture 
monitor or other device These inputs are normally 
ac coupled, but are easily set for dc coupling 

Calibrated 1 volt and 4 volt full scale sensitivities 
are provided for displaying video and sync levels 
and a VARIABLE VOLTS FULL SCALE control 
permits uncalibrated displays from 0 25 volts to 
4 0 volts full scale A built-in 1 volt calibration 
signal may be switched on to confirm the vertical 
calibration 

Input signal characteristics can be isolated by 
using the RESPONSE switch in the FLAT position 
for full bandwidth display, IRE position for IEEE 
Standard 205 roll off display. CHROMA position 
for a display without luminance components, or 
DIFF GAIN position for displaying the differential 
gain error of the input signal A dc restorer, which 
may be turned off when not required, maintains 
the back porch at an essentially constant level 
regardless of changes in signal amplitude, aver- 
age picture level, and color burst Selectable 
external sync capability is also provided 

Horizontal sweep selection includes 2H (two 
line), 1 ns (expanded two line), 2 V (two fields) and 
2V MAG (expanded two-field). Displays of RGB 
and YRGB waveforms from a color camera are 
provided for by using a rear panel 9-pin interface 



This compact instrument is especially suited for 
monitoring signals from studio camera outputs, 
video system inputs and outputs, production 
switchers, and editing consoles The 528A allows 
the operator to adjust and monitor video and sync 
levels, check and adjust system timing, ensure 
continuity of the signal and perform camera 
alignment procedures The 528A also meets 
many of the requirements of video tape recorder 
monitoring bridges for VTR alignment and set-up, 
differential gain measurements, line time tilt mea- 
surements, and pulse response (K factor) mea- 
surements In general, the 528A is well-suited for 
all television applications where consistent video 
quality monitoring is a requirement 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here 

528A Waveform Monitor (for 



525 line) $2175 

Option 01 Without cover Sub $30 



Option 02 With blue protective carrying cabinet .. Add $65 
Option 03 Modified for use with 625 line (CCIR) television 
systems and wired for use with 230 volt ac 50 Hertz power 
sources (unless otherwise specified) No Charge 



TEK VECTORSCOPES 




520A Series 



Luminance Amplitude 
Chrominance Amplitude and Phase 
Differential Phase 



Differential Gain 



The vector display shows the relative phase and 
amplitude of the chrominance signal on polar 
coordinates To help identify these coordinates, 
the graticule has points corresponding to the 
proper phase and amplitude of the primary and 
complementary colors: R(Red), B(Blue), 
G(Green), Cy (Cyan), Y[_ (Yellow), and Mq 
(M agenta). 

Any errors in the color encoding, video-tape 
recording, or transmission processes which 
change these phase and/or amplitude relation- 
ships cause color errors in the television picture. 
Polar coordinate displays, such as those obtained 
on the 520A, 521A, and 522A CRT, have proved 
to be the best method for showing these errors 

The polar display permits measurement of hue in 
terms of relative phase of the chrominance signal 
with respect to the color burst. Amplitude is 
expressed in terms of the displacement from 
center (radial length) toward the color point which 
corresponds to 75% (or 100%) amplitude of the 
particular color being measured 

The outer boxes around the color points corre- 
spond to phase and amplitude error limits ( ± 10°, 
±20%) For the 520A (NTSC) the inner boxes 
indicate ±2.5° and 2.5 IRE units, of optimum per 
EIA specification RS-189A For the 521 A (PAL) 
and 522A (PAL-M), the inner boxes indicate ± 3° 
phase angle and ± 5% amplitude 

An internally generated test circle, used with the 
vector graticule, verifies quadrature accuracy, 
horizontal to vertical gain balance, and gam cali- 
bration for chrominance signal amplitude mea- 
surements Two methods of measuring phase 



shifts are provided You can accurately read large 
phase shifts from the parallax-free vector 
graticule A precision calibrated phase shifter 
with a range of 30°. spread over 30 inches of dial 
length, is provided for measuring small phase 
shifts. 

Dual Vector Displays. In dual-channel oper- 
ation, successive samples of channels A and B 
are displayed on a time-shared basis. The switch- 
ing rate is locked to horizontal sync, and switch- 
ing transients are blanked You can conveniently 
compare input/output signals from video equip- 
ment on channel A or B for phase and/or ampli- 
tude distortion 

Time Base Displays. The linear time base oper- 
ates at the line rate. Color signals may be de- 
modulated along any desired axis, I, Q, and R-Y 
(for NTSC), and U, and V (for PAL and PAL-M), 
and displayed at the line rate on a linear time 
base 

Red (R), Green (G), Blue (B), and Luminance 
(Y). The 520A, 521 A, and 522A provide a lumi- 
nance channel that permits the separation and 
display of the luminance (Y) component from the 
composite color signal You can also combine the 
Y component with the output of the chrominance 
demodulators for R, G, and B displays at a line 
rate. You can make amplitude measurements of 
color signal components with an accuracy of 3%. 

Vertical Interval Test Signal Observation. 

You can display vertical Interval Test Signals from 
front-panel selected lines of either field 1 or 2 on 
the 520A Vectorscope. For the 521 A (PAL) and 
the 522A (PAL-M), you can display ITS from either 
fields 1 and 3 or fields 2 and 4 

Differential Gain and Differential Phase Mea- 
surements. The two main chrominance signal 
distortions — differential gam and differential 
phase — can be measured on the 520A (NTSC), 
521 A (PAL), and 522A (PAL-M) Vectorscopes. 
Differential gam is a change in color subcarrier 
amplitude as a function of luminance level. In the 
reproduced color picture, saturation will be dis- 
torted in the areas between the light and dark 
portions of the scene Differential gam measure- 
ments with accuracy to better than 1% can be 
made 



Differential phase is a phase modulation of the 
chrominance signal caused by changes in the 
luminance signal level. The hue will vary with 
scene brightness in the reproduced color picture 
Differential gam and differential phase occur sep- 
arately or together You can read differential 
phase errors from the precision calibrated phase 
shift control to 0.2°. 

Included Accessories — Smoke-gray filter, installed (378- 
0581-00), power cord (161-0036-00). Rackmount: Same as 
cabinet but includes rackmounting hardware, and slide-out as- 
sembly 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here 


520A NTSC VECTORSCOPE 

(Cabinet) 


. $6675 


R520A NTSC VECTORSCOPE 

(Rackmount) 


. $6675 


521 A PAL VECTORSCOPE 

(Cabinet) 


. $6940 


R521A PAL VECTORSCOPE 

(Rackmount) 


. $6940 


522A PAL-M VECTORSCOPE 

(Cabinet) 


. $7470 


R522A PAL-M VECTORSCOPE 




(Rackmount) 


. $7470 



OPTIONAL ACCESSORIES 

75 Q Voltage Step-Up Termination — When used with a Tek- 
tronix Vectorscope, the 75 12 Voltage Step-up Termination pro- 
vides a X5 increase in chrominance amplitude and lets you 
make more accurate Differential Gam and Differential Phase 
measurements Input impedance to the termination is a con- 
stant 75 12. Use of the termination requires a source of external 
sync to the vectorscope 

For use with 520A (NTSC). 522A (PAL-M) Vectorscopes: 



BNC Connectors, order 01 1-0100-01 $70 

For use with the 521 A Vectorscope 

BNC Connectors, order 011-0109-00 $85 



Single Sideband Chroma Amplitude Corrector — 

Designed for use with a Tektronix Vectorscope in transmitter 
applications where a vestigial sideband signal is being demodu- 
lated with a detecting diode. The corrector provides a X2 in- 
crease m chrominance amplitude and passes luminance com- 
ponents with little or no attenuation. Input impedance is 75 12. 
For use with 520A (NTSC). 522A (PAL-M) Vectorscope: 



BNC Connectors, order 011-0107-01 $70 

For use with the 521 A Vectorscope: 

BNC Connectors, order 011-0108-01 $105 



Recommended Camera for display photographs. C-59P with 
Adapter 016-0295-01 See Camera section of this catalog for 
information 

R520A Cradle Assembly — For mounting the 520A in a 
WECO backless rack order 426-0667-00 $33 
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VECTORSCOPES 




1420 Series 



Half Rack Width 
Two Loop-Through Inputs 
Continuous 360° Phase Control 
External Subcarrier Input 
Illuminated Internal Graticule 
X-Y Display Version 



Each 1420 Series Vectorscope is a compact, half 
rack width instrument designed for vector display 
of the chrominance and burst components of the 
composite video signal This series provides a 
low-cost way to meet basic vectorscope require- 
ments in CCUs, VTRs, and similar applications 
The 1420 is particularly well suited for side-by- 
side rackmounting with the TEKTRONIX 528A 
Waveform Monitor 

It weighs a little over 15 pounds with an optional 
carrying case 



The parallax-free internal graticule is designed for 
the vector display of color bars and burst A 
special graticule feature allows you to determine 
gain or phase errors to reasonable accuracy for 
many applications— within 2° and 5% (for higher 
resolution differential gam and phase measure- 
ments use a 520A Series Vectorscope ) 

Two signal inputs, an external subcarrier refer- 
ence input, and a PAL pulse input (1421 and 1422 
only) are provided on the rear panel The "A" 
signal input is equipped with a switchable 
attenuator; use it for viewing large signals such as 
the subcarrier signal Select the signal to be 
displayed and the locking signal for the subcarrier 
regenerator with two front panel lever switches 
On the 1421 and 1422, a push-pull switch lets you 
select the external subcarrier reference signal All 
models have continuous 360° phase control of 
the displayed signal PAL and PAL-M displays on 
the 1421 and 1422 are switchable to an NTSC 
format 



1424 X-Y DISPLAY MONITOR 



The 1424 X-Y Display Monitor provides a vector 
display of the croma portion of the television 
signal by utilizing the decoder in a TEKTRONIX 
650HR Picture Monitor or other suitable monitor. 
By interfacing the 1424 with the proper picture 
monitor vector displays for NTSC, PAL and 
SECAM color television systems can be obtained 
Dual standard displays can be obtained by inter- 
facing the 1424 with a TEKTRONIX 655HR (NTSC 
& PAL) Picture Monitor or a 656HR (SECAM & 
PAL) Picture Monitor 



The Z-axis input allows the writing beam to be 
modulated for special applications 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here. 



For NTSC, 1420 Vectorscope 

(Factory Wired for 1 15 V) $2700 

For PAL, 1421 Vectorscope 

(Factory Wired for 230 V) $28 1 0 

For PAL-M, 1422 Vectorscope 

(Factory Wired for 115 V) $3050 

1424 - Standard NTSC/PAL 

XYZ Display $2335 

Rack Adapter, (when ordering the vectorscope for use in the 

adapter. Option 01). 016-0115-02 $180 

Without Cabinet Option 01 Sub $30 

With Carrying Case Option 02 Add $65 

Option 03 (1424 only) — Special NTSC/PAL* 

XYZ display Add $100 

Option 04 — (1424 only) External SECAM graticule, 

blank CRT Add $100 

Option 05 — (1424 only) Combination NTSC/PAL* 

Internal graticule CRT Add $100 



•For Ampex VTR's — check with Ampex for compatibility. 
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I L.f\ DEMODULATORS 




1450 



Measurement Quality Performance 

Precise Nyquist Slope provided by SAW 
Filter 

Wide Dynamic Range with Constant 
Bandpass Characteristic 

Synchronous and Envelope Detection 

UHF and VHF Fixed Channel and Tunable 
Down Converters 

Conforms to EIA Standard RS-462 (1450-1 
only) 



The 1450-1 (System M) and 1450-2 (System B/G) 
Demodulator Mainframes combine with Tektronix 
Television Down Converters to provide an accu- 
rate link between the transmitter’s RF signal and 
video baseband measuring equipment Demodu- 
lation distortion is virtually eliminated and a trans- 
parent picture of the transmitter output is 
provided 

Tunable or Fixed-Channel Down Converters. 

For demodulating an RF signal at a TV channel 
frequency, the 1450-1 (M) and 1450-2 (B/G) 
Demodulator Mainframes must be used with a 
Tektronix Television Down Converter (TDC). 
Three compatible TDCs are available for each 
system and provide a selection between tunable 
and fixed-channel performance The TDC Fixed- 
Channel Down Converter supports a specified 
system channel number. Tunable Down Convert- 
ers available for System M VHF and UHF chan- 
nels are the TDC1 and TDC2 respectively 

Demodulation of the transmitter IF signal may be 
accomplished by using only the mainframe 



Detection Modes. The 1450 Series Demodu- 
lators provide both synchronous and envelope 
detection. 

Synchronous detection is required to eliminate 
quadrature distortion so that the transmitter’s 
actual performance may be determined. 1450 
Series Demodulator’s have two synchronous de- 
tector’s operating in phase quadrature 

This feature is provided to assist in the measure- 
ment of transmitter incidental carrier phase modu- 
lation (ICPM) A special ICPM graticule for the 
1480 Waveform Monitor is provided with each 
1450 Series Demodulator. An application note on 
ICPM measurement is available from Tektronix. 

Envelope detection is required to accurately mea- 
sure differential phase The envelope detector in 
1450 Series Demodulators has a linear transfer 
characteristic down to 3% carrier and is able to 
provide optimum modulation depth indication 

Tektronix-Developed Surface Acoustic 
Wave Filter. The 1450-1 (System M) and 1450-2 
(System B/G) features a surface acoustic wave 
(SAW) filter developed by Tektronix It provides 
more precise Nyquist slope characteristics with- 
out group delay distortion, improves long-and 
short-term stability, and lowers maintenance 
costs 

Digital Readout of RF Input Signal Level. The 

1450 Series Demodulators include a 3 digit front 
panel display that provides easy readout of the 
RF input signal level. The readout can be used for 
calibrated field strength measurements and is 
useful in determining how the demodulator signal- 
to-noise ratio is affected by RF input signal levels 

Split and Intercarrier Sound. For making mea- 
surements or adjustments on aural transmitters, 
the 1450-1 and 1450-2 feature both split and 
intercarrier sound channels The split carrier chan- 
nel, which will operate without the presence of 
the visual carrier, may be used when making 
measurements on the aural transmitter only. 

Four audio outputs give added measurement 
capability: a 600 ft output, two low-impedance 
outputs for driving a speaker or headphones, and 
a calibrated output for making deviation measure- 
ments with an ac voltmeter or an oscilloscope 



Note in figures 1 through 4 how synchronous 
detection eliminates the quadrature distortion er- 
rors introduced during envelope detection. True 
transmitter performance may now be determined 




Figure 2. 




Figure 3. 




Figure 4 
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SECAM TEST SIGNAL 
GENERATOR 




ORDERING INFORMATION SYSTEM M 

When ordering, please use the exact nomenclature given here 



1 450- 1 (order one vision IF option) $ 1 1 ,950 

Option 01 37 MHz vision IF No Charge 

Option 02 38.9 MHz vision IF .............................. No Charge 

Option 03 45.75 MHz vision IF No Charge 

TDC Fixed Channel Down Converter (stipulate 
channel number when ordering) $2950 

TDC-1 Tunable Down Converter — 

System M. VHF Band $6375 

TDC-2 Tunable Down Converter — 

System. M. UHF Band $6375 

Order one vision IF Option and Option 1 1 or 14 If your country 
is not listed, contact your nearest Sales Office for a quotation 

Option 01 37 MHz vision IF No Charge 

Option 02 38.9 MHz vision IF No Charge 

Option 03 45.75 MHz vision IF No Charge 

Option 1 1 System M countries No Charge 

Option 14 System M countries No Charge 

Countries: System M (Option 11) 



Antigua. Argentina. Barbados. Bermuda. Brazil. 
Canada. Chile. Colombia, Costa Rica. Cuba. Cu- 
racao, Dominican Republic, Ecuador. El Salvador, 
Guam, Guatemala, Johnston Islands, Korea, Mexi- 
co. Micronesia. Netherlands Antilles, Nicaragua, 
Panama, Peru. Phillipmes, Puerto Rico. Samoa, St. 
Kitts. Surinam, Taiwan, Trinidad/Tobago, 

Uruguay, U S A , Venezuela, Virgin Islands 

Countries: System M (Option 14) 

Japan and Okinawa 



ORDERING INFORMATION SYSTEM B/G 

1450-2 (Order one vision IF option and one group delay 

option) $1 1,950 

Option 02 38.9 MHz vision IF No Charge 

Option 09 +90/- 170 ns group delay No Charge 

TDC Fixed Channel Down Converter (stipulate 

channel number when ordering) $2950 

Order one vision IF option and Option 12 If your country is not 
listed, contact your nearest Sales Office for a quotation 

Option 02 38.9 MHz vision IF No Charge 

Option 1 2 System B/G countries ....................... No Charge 

Countries: System B/G (Option 12) 

Algeria, Austria, Bahrain, Bangladesh, Belgium,* 
Brunei, Cyprus. Denmark, East Germany, Egypt. 
Ethiopia, Finland, Ghana, Gibraltar, Greece, Guin- 
ea. Hong Kong,* Iceland, India, Indonesia, Iran. 
Israel, Italy (UHF), Jordan, Kenya, Kuwait, Leba- 
non, Liberia, Libya, Malta, Mauritius, Netherlands, 
Nigeria. Norway. Oman, Pakistan, Portugal. Qatar. 
Rhodesia, Saudi Arabia.* Sierra Leone. Singa- 
pore, Spam, Sudan. Sweden, Switzerland, Syria, 
Tanzania, Tunisia, Turkey, Uganda. United Arab 
Emirates, West Germany, Yemen Arab Republic, 
Republic of Yemen, Yugoslavia, Zambia 

'System B only. 



Rackmount version: cabinet version has carrying 

143 



Stand-Alone Broadcast-Quality SECAM 
Sync and Test Signal Generator 

Will Gen-Lock to a SECAM Composite 
Video Signal 

Composite Color Bars, Convergence 
Patterns, and RGB Color Bar Signals 

Provisions for Modifying Test Signal 
Components 



The TEKTRONIX 143 SECAM Test Signal Gener- 
ator provides all the test and drive signals re- 
quired to align and maintain SECAM television 
equipment You can easily control all test signal 
components and synchronization modes from the 
front panel. Easy-to-change internal programming 
provides additional test signal capability to satisfy 
your unique testing requirements 



handle less mounting hardware. 

Test signals provided by the 143 are fully-en- 
coded color bars, convergence pattern, and RGB 
color bar signals You can select color bars in 
either a full-field or split-field configuration Ampli- 
tude, white level, and chroma sequence can be 
changed from the front panel You can also 
switch off the D R, D'B and Y signal components 
individually using front panel controls. 

The convergence pattern consists of movable 
vertical and horizontal lines plus dots All three 
signals are available in any combination A 7 x 9 
or 14 x 17 crosshatch pattern may be internally 
selected 

RGB color bars signals are available from three 
separate rear-panel outputs at all times and are 
independent of the position of the front panel 
controls 

The 143 may be operated from its own internal 
standards or gen-locked to a SECAM composite 
video signal Color lock may be referenced to ei- 
ther the vertical identification signals or the line 
burst Front panel LEDs indicate the gen lock 
status 

Additional outputs provide useful auxiliary signals 
including line and field drive, line and field 
blanking, composite sync, and two specialized 
output signals These two signals are a 12.5 Hz 
squarewave (for identification of the SECAM 4 
field sequence), and a 7 8 kHz squarewave (for 
synchronizing a waveform monitor to view either 
D'B or D R lines only, while the 143 is generating a 
complete test signal) As a special convenience, 
the two unmodulated carrier (rest) frequencies 
are brought out to the front panel It’s easy to 
verify 143 calibration whenever routine mainte- 
nance or recalibration is performed 



ORDERING INFORMATION 

When ordering please use the exact nomenclature given here 



143 SECAM Test Signal Generator 

(Cabinet) $9450 

R143 SECAM Test Signal Generator 

(Rackmount) $9450 

Option 01 minOUICK connectors Add $255 
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TiriZ NTSC, PAL 
I Ll\ TEST SIGNAL GENERATORS 




1410R Mainframe with SPG2. TSGs 7, 3, 5. 6 and TSP1 installed. 



1410 Series Generators 



NTSC and PAL Standards 



Genlock and Non-Genlock Sync Generators 

Five Test Signal Generators and One Test 
Signal Switcher 

RS-170-A Sync Generation (1410 only) 

SMPTE Color Monitor Alignment Signal 
(1410 only) 



The 1410 NTSC and 1411 PAL Series Sync Pulse 
and Test Signal Generators are functionally identi- 
cal within the specifications of each television 
system They all offer versatile card-set construc- 
tion that gives you the advantages of 
configurability at prices generally associated with 
single piece units With each series you have 
access to a wide selection of sync pulse and test 
signal generators that can be combined with the 
mainframe in the color standard of your choice If 
you need additional test signal capabilities in the 
future, our flexible card sets assure retrofit capa- 
bility for you 

Mainframes 

The mainframe unit for each generator series 
includes the power supply, an extender board, an 
interface board, and color-standard circuitry Two 
color-standard circuits are available for the 1410 
The standard 1410 Mainframe generates 
chrominance subcarrier at 3 579545 MHz ± 10 
Hz An Option 01 Mainframe generates 
chrominance subcarrier at 3 579545 MHz ± 1 Hz 
The color standard circuitry for the PAL 1411 
Mainframe has a chrominance subcarrier frequen- 
cy of 4 43361875 MHz ± 1 Hz 

Each ± 1 Hz color standard has a proportional 
control oven for the oscillator circuit A front-panel 
lamp indicates proper operation of the oven 



Sync Generators 

Genlock sync generators are available for NTSC 
and PAL color standards Non-genlock models 
are also available 

Each sync generator performs three basic func- 
tions provides all the usual color sync generator 
functions and outputs including color framing 
Provides the timing signals for the test signal 
generators installed Provides a black burst 
signal 

Several useful features are incorporated in the 
1410 Series sync generators These features 
include 

Positive SCH Phasing. The relationship of color 
subcarrier to horizontal sync is strictly maintained 
whether operating on the generator s internal 
reference or in the genlock mode If, when oper- 
ating in the genlock mode, the incoming signal is 
not SCH phased, the generator sync and 
subcarrier outputs will still remain SCH phased A 
color frame identification pulse output is 
provided 

Adjustable Blanking Widths. Internal adjust 
ments provide for adjustment of horizontal and 
vertical blanking width to allow for the widening of 
blanking that occurs when the video signal is 
processed 

Slow Lock Mode. A slow genlock mode is 
provided for applications where the incoming 
video signals are not synchronous and switching 
the genlock input to these various signals may 
upset the system 

Test Signal Generators 

Five test signal generators are available for the 
1410 Series Mainframes These are Color Bars, 
Convergence, Linearity, Pulse and Bar, Multiburst 

The color bar generator provides full field bars, 
bars/Y REF, and bars/reverse bars The TSG7 
(NTSC) also includes SMPTE color bars for color 
monitor alignment and EIA bars The TSG11 (PAL) 
also provides EBU color bars 



The convergence pattern generator provides 
dots, and vertical and horizontal lines All ele- 
ments of the signal are positionable The conver- 
gence pattern conforms to IEEE Standard 202 

The linearity signal generator provides 5 and 10 
step staircase, ramp, modulated pedestal, and 
flat field with adjustable level. Modulation level is 
selectable at either of two levels and, if desired, 
may be switched off Average picture level (APL) 
of the signal is variable in fixed increments and a 
bouncing APL (rate adjustable) is also provided. 

The pulse and bar generator provides a sin 2 
pulse, a modulated pulse, a line rate bar, a 
modulated bar, and a field squarewave The 
shape of the sin 2 pulse and the line bar risetime 
are selectable at 2T, T, or T/2. Provisions for 
reduced amplitude signals and setup are also 
included 

The multiburst generator provides the multiburst 
signal and a sweep frequency signal Both sig- 
nals are available in either a low or a high 
frequency range to facilitate testing in either an 
operational or a laboratory environment Special 
facilities are provided for simplified amplitude 
measurements For example, on the multiburst 
the white flag marks both the upper and lower 
burst excursions and the frequency packets are 
phase modulated The sweep frequency signal 
has both amplitude and frequency markers 

The test signal switcher provides all of the func- 
tions of the convergence pattern generator plus a 
single, switched output of all the test signals 

ORDERING INFORMATION 



1410C Generator $1540 

141 OR Generator $1540 

141 1C Generator $1980 

141 1R Generator $1980 



Options: Consult with local Tektronix Sales Office for avail- 
able options. 
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PAL INSERTION TEST SIGNAL GENERATOR 
NTSC SYNC AND TEST SIGNAL GENERATOR 




148 



PAL Test Signal Generator 

ITS Insertion 

Full Field and In-Service 
Noise Measurements 



The Tektronix 148 Insertion Test Signal (ITS) 
Generator provides all the test signals needed for 
testing PAL video transmission systems Test 
signals are available as both full-field composite 
video and as ITS inserted into the incoming 
program signal's vertical blanking interval All 
timing information for ITS insertion is derived from 
the incoming composite video signal 

Full field test signals provided include multiburst, 
linearity, flat field, window, noise, line 17, line 330 
and line 331 Variable and bouncing average 
picture level (APL) are also provided 



Facilities are provided for the deletion and addi- 
tion of insertion test signals (ITS) on the program 
video. 

Since ITS insertion/deletion involves active circuit 
elements in the program line, program line fail 
safe operation is provided in the event of instru- 
ment malfunction, loss of sync, or power failure A 
preview monitor output permits observation of the 
ITS deletion/msertion program before committing 
same to the program signal Preview/program 
operation can be locally or remotely controlled 

Provisions are made for adding an externally 
generated ITS to the program line. 



ORDERING INFORMATION 

When ordering please use the exact nomenclature given here 



148 Test Signal Generator $6825 

R148 Test Signal Generator 

(Rackmount Model) $6825 



OPTIONAL ACCESSORIES 
Noise Measurement Filters 

External filters are required with the 148 Generator when mak- 
ing noise measurements For systems using 625/50 standards 



Low Pass 5.0 MHz 625/50 

order 015-0213-00 $110 

Noise Weighting 5.0 MHz 625/50 

order 015-0215-00 $80 

Low Pass 6.0 MHz 625/50 

order 015-0220-00 $100 

Unified Noise Weighting Network 

order 015-0283-00 $50 



(per CCIR recommendation 568. use only with 5.0 MHz Low 
Pass Filter 015-0213-00) 




1470 Series 



Full Color Sync Generator with Genlock 
Locks to Most Helical Scan VTRs 



Test Signal Generator 



The 1470 Sync and Test Signal Generator is a 
compact, full color, genlock sync generator pro- 
viding a full selection of high quality test signals 



The synchronizing functions of the 1470 allow for 
operation as a master sync generator or as a 
slave fully or partially timed from external sources 
Color genlock capable of locking to most helical 
scan VTRs is a standard feature Multiple 
subcarrier phasing controls are provided to 
simplify system timing and adjustable widths are 
provided on horizontal blanking and drive and 
vertical blanking 

Test signals included in the 1470 are color bars, 
linearity, multiburst, convergence pattern, win- 
dow, and red. green, and blue color fields High 
and low APL is provided on the linearity signal to 
facilitate measurements of differential gam and 
phase 



ORDERING INFORMATION 
1470 Color Sync and Test Signal 
Generator $3380 

Option 01, Sync Generator without Genlock Sub $260 

1474 Color Sync Generator $1760 

Option 01, Sync Generator without Genlock Sub $260 

Rack Mounting — The 1470 and 1474 are shipped ready to 
install. 

GV3257A Automatic Change Over Unit $1500 
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TdU' TRANSMITTER 
I Llt\ TEST SET 




1900 



10 Bit Digital NTSC Test Signal Generator 
VITS Insertion 



Digital Word Input and Output 
Versatile Remote Control Facilities 



The 1900 Digital Test Signal Generator and VITS 
Inserter is designed for state of the-art perfor- 
mance testing on NTSC video systems and 
equipment Available in three different versions, 
this generator supports a wide range of transmit- 
ter, studio, common carrier, and equipment man- 
ufacturing applications. The three 1900 versions 
available are the Transmitter Test Set, the Studio 
Test Set, and the NTC 7 Test Set Each version 
provides a special test signal complement, and all 
three offer these unique 1900 features 

10-bit digital signal generation increases test sig- 
nal accuracy and long-term stability 



PROM memory allows easy signal modification 
when industry signal formats change 

SMPTE Color Bars, Sin x/x, and Multipulse signals 
facilitate the alignment of color monitors and 
enhance testing of frequency response and 
group delay Each version of the 1900 contains 
one or more of these new test signals 

FCC or NTC 7 VITS and VIRS meet most testing 
requirements and provide a reference signal for 
automatic video correctors. 

Digital signal output allows accurate alignment of 
D to A converters, while digital signal input allows 
alignment of A to D converters and facilitates 
conversion of user generated digital signals to an 
analog format 

RS-232-C and ground closure interfaces allow 
wide-ranging remote control functions and appli- 
cation versatility 



STANDARD ACCESSORIES 
For the Cabinet and Rackmount 1900 

1900 Remote Control Unit 015-0374-00; Interconnecting Ca- 
ble. 1 83 m (6 ft) 012-0108-00. 1 Power Cord. 3-wire 

Additional Standard Accessory for the R1900: 

1 Slide Section pr drawer (351-0636-00) 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here 



1900 Transmitter Test Set 

(cabinet model) $8720 

R1900 Transmitter Test Set 

(rackmount model) $8720 

Option 01 Studio Test Sat No Charge 

Option 02 NTC 7 Test Sat No Charge 



OPTIONAL ACCESSORIES 

1900 to Remote Control Unit 6.7 m (22 ft) Interconnecting Ca- 
ble 012-0251-00 $270 



Diagnostic PROM for instrument service 067-0964-00 .. $125 
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ANSWER 

AUTOMATIC VIDEO MEASUREMENT SET 




1980 



All-Digital Circuitry 
Automatic Operation 
Programmability In ANSWER BASIC 



The 1980 ANSWER is an automatic measurement 
set offering total video test capabilities It’s pro- 
grammed to make both NTC 7 and FCC measure- 
ments of all industry standard VITS and full field 
signals Amplitude, phase, and timing parameters 
can all be determined quickly and accurately 
With ANSWER you can make virtually every stan- 
dard video measurement and have fast, automat- 
ic results 

ANSWER is designed for maximum versatility and 
testing power The following special features give 
you quality measurement performance for a wide 
variety of applications: 



Automatic Measurements Allow Quick Eval- 
uation of VIT or Full Field Signals 

NTC 7 and FCC Measurement Routines Pro- 
vide Detailed Analysis of Signal Amplitude, 
Phase, and Timing 

Simple Display Format Means Measurement 
Results are Easy to Read and Understand 

User-Definable Measurement Limits Quickly 
Identify an Out-of-Tolerance Condition 

Programmability Accomodates Present and 
Future Needs Without Additional Hardware 
(Answer BASIC) 

Plus, RS-232-C Interface Compatibility 
Adapts to Almost any Application of the 
Broadcast Plant, an Unattended Transmitter 
Site, or even a Common Carrier Satellite 
System 



High Measurement Accuracy. ANSWER pro- 
vides consistent measurement accuracy with 
high repeatability Special features like signal 
offset and gain control, dither generation, and 
signal averaging minimize possible errors These 
techniques reduce noise on the incoming signal 
and provide an effective resolution of 1 1 bits. This 
means you can use ANSWER for the most strin- 
gent measurement problems and have fast, ac- 
curate results. 

Automatic Operation. ANSWER is programmed 
with 37 individual measurements, many of which 
are combined into easy-to-use amplitude, phase, 
and timing routines. All of these operations are 
completely automatic and may be invoked using 
simple, one-word commands You can tell AN- 
SWER whether to run a whole measurement 
routine, a partial measurement routine, or a single 
measurement — periodically or on command 
Results are ready within minutes and offer a high 
repeatability you can depend on. 



In-Service Measurements. ANSWER measures 
virtually all signal parameters on an in-service 
basis. Many of these measurements, including 
timing, do not even require the presence of a VIT 
signal This full in-service capability minimizes the 
need for out-of-service measurements, so time 
may be spent on maintaining the system rather 
than on isolating system problems. 

However, if the need should arise for out-of- 
service monitoring, ANSWER is ready with mea- 
surements for field-time, long-time, and dynamic- 
gam distortions. 

Amplitude, Phase, and Timing. ANSWER pro- 
vides a complete set of amplitude and phase 
measurements for both NTC 7 and FCC. These 
measurements include such parameters as sync, 
burst, and bar amplitudes, differential gain and 
phase; and chrominance-luminance distortions. 

ANSWER also provides a complete set of timing 
measurements. These measurements give you 
detailed information on synchronizing signal 
parameters 



Comprehensive Display Format. ANSWER dis- 
plays measurement solutions in a simple, 
straightforward manner. The final measurement 
printout indicates the types of measurement per- 
formed, the resultant data, and the units of 
measure. The printout heading, especially useful 
for documentation, tells you the exact date and 
time the measurements took place At a glance, 
you see all pertinent parameters of the incoming 
video signal 

With ANSWER, you can be sure of your video 
transmission quality. 



ORDERING INFORMATION 

When ordering, please use the exact nomenclature given here. 



1980 ANSWER $20,800 

Option 01: NTSC Applications Software* Add $5,200 

Option 02: PAL Applications Software* Add $5,200 

Option 12: Automatic Call Equipment Add $500 



‘Option 01 or 02 is required 
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TDR 

CABLE TESTERS 




Portable — 

Battery Powered, Self- 
Contained, Light 

Rugged — 

Meets MIL-T-28800, Type III, 

Class 3, Style A 

Versatile — 

Test Any Type Paired 
Conductor and Coax Cable 

Easy to Use — 

Produces Results with 
Minimal Operator Training 

Time Domain 

Reflectometry *TDR 

The portable, rugged 1502 and 1503 TDR 
Cable Testers are field maintenance tools 
that are simple to operate and will test any 
transmission cable under virtually any condi- 
tions. The 1502 is appropriate for testing 
coax and other cables in aircraft, ships, ra- 
dar sites, etc. The 1503 tests long runs of 
coax or twisted pair cables in telephone and 
other communications applications. 



These units use a technique called Time Do- 
main Reflectometry (TDR) to identify and lo- 
cate cable faults. When connected to a line 
in the cable, the unit sends out an electrical 
pulse that is reflected back to the unit by a 
fault in the cable. Fault type is identified by 
the shape of the display, and fault distance 
is determined by the displayed interval from 
the test pulse to the fault pulse. 

For easy carrying and operating in tight 
spaces, these units are lightweight and 
small and will operate at least five hours on 
the internal, rechargeable batteries. 

Since permanent records are useful in cable 
maintenance, an optional, plug-in chart re- 
corder is available for paper recording of 
the test. The standard plug-in X-Y Output 
module can drive an external X-Y Recorder. 



1502 

This unit is directly calibrated in reflection 
coefficient (rho) and distance. The 1502 
uses a step-pulse and provides fault resolu- 
tion to 0.6 inch on short cables. The 1502 
performs to a maximum of 2000 feet, but 
with decreasing resolution as the fault dis- 
tance increases. The unit is matched to 50- 
ohm cables, but may be used on others by 
adjusting the front panel GAIN control or 
using optional impedance adapters. 

1503 

For long cables, the 1503 provides high-en- 
ergy, 1 /2-sine-shaped pulses. Range of the 
1503, dependent upon cable type, is up to 
50,000 feet. Resolution capability provides 
for resolving faults as close together as 
three feet on short cables. Impedance lev- 
els of 50, 75, 93 and 125 ohms are 
selectable. 

1503 Option 01 

1503 Option 01 has DISTANCE CAL switch- 
es that make it more convenient for fault 
location in a variety of cables including 
coax. When the 1503 Option 01 has been 
calibrated for each cable before trouble oc- 
curs, and the records are kept, the DIS- 
TANCE CAL switches can be set exactly 
and damage location can begin 
immediately. 

Metric instruments (1502, 1503) 

For distance measurements in meters, in- 
stead of feet, there is Option 05 of both the 

1502 and 1503. These instruments are fully 
metric versions of the 1502 and 1503 with 
no conversion from feet to meters involved. 

The 1502 Option 05 has a distance resolu- 
tion of 1 .5 cm and measures 500 meters. 

The 1503 Option 05 has a resolution of .9 
meter and measures 10,000 meters. 

PA1 Cable Comparator 

The PA1 Cable Comparator is used with the 

1503 to amplify the test pulse and test two 
lines at the same time. This means instant 
comparison of a bad line with a good one, 
the ability to see cross-talk and a clear pic- 
ture of faults on noisy or lossy lines. 

The PA1 is connected between the 1503 
and the cable to be tested, with the results 
displayed on the 1503 for measurement. 



*Also known as cable radar. 
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PORTABLE TDR 
CABLE TESTERS 



1502 

TEST SIGNAL 

Shape — Step rise. 

Amplitude — 225 mV nominal (into 50 12 load), dc coupled 
Aberrations — Within ± 5% during 1st 10 ft after rise. Within 
♦ 0 5°o peak beyond 10 ft NOISE FILTER ’out.’ 

System Reflected Rise — <0.07 ft (<140 ps). 

Jitter — <0.02 ft (<40 ps) for X I 
<0.1 ft ( < 200 ps) for XI. 

Test Connector — BNC. 

Termination — 50 12, within ± 2%. 

Mai Input — DO NOT APPLY EXTERNAL VOLTAGE 
VERTICAL SYSTEM 
Display Range — ± 4 div 
Accuracy — Within ± 3%. 

Calibration Point — 2 div - Ip. 

Deflection Factor — 5 mp/div to 500 mp/dtv. 7 steps. 1-2-5 
sequence 

Variable — >3.5:1 from calibration point 

Displayed Noise — 

NOISE FILTER switch 'out': ±5 mp or less 
NOISE FILTER switch ’in’: ±2 mp or less 
HORIZONTAL SYSTEM 
Distance Controls — 

Distance Dial — 

Range — 0 to 100 ft for X.1. 

Oto 1000 ft for XI. 

Accuracy — Within ± 2% of reading ± 0.05 ft for X.1 . 

Within ±2% of reading ± 0.5 ft for XI. 

Feet/div Control — 

Range — 0.1 to 20 ft/div for X.1. 1 to 200 ft/div for XI. 
Accuracy — Within 2% of full CRT screen. 

CABLE DIELECTRIC Scales (Vp/Vair) — SOLID POLY. 0 66. 
SOLID PTFE. 0.70; OTHER VAR. 0.55 to 1.0. VAR is calibrat- 
ed for air when turned fully cw. 

Sweep Repetition — 40 Hz within +0 Hz. -10 Hz with 
NOISE FILTER switch -out.” 4 Hz within ±20% with NOISE 
FILTER switch "in". 20 s/sweep nominal in chart recorder 
mode (dependent upon chart recorder) 

1502 Included Accessories — Watertight front cover. TDR 
slide rule (003-0700-00); 50 12 BNC terminator (011-0123-00). 
precision 50 12 Cable (012-0482-00). viewing hood (016-0297- 
00); X-Y output module (016-0606-00); replacement fuses (for 
front panel) 1 10 V ac (159-0032-00) or 220 V ac (159-0029-01). 
power cord (161-0066-00). mesh filter (CRT) (378-0055-00); 
BNC female- to-female adapter (103-0028-00) 

UNIQUE 1502 OPTION 05 CHARACTERISTICS 
TEST SIGNAL 

Aberrations — Within ± 5% during 1st 300 cm after rise. With- 
in ± 0.5% peak beyond 300 cm NOISE FILTER 'out * 

System Reflected Rise — <2.1 cm (<140 ps). 

Jitter — <0.6 cm ( < 40 ps) for X.1. 

<3 cm (<200 ps) for XI. 

HORIZONTAL SYSTEM 
Distance Controls — 

Distance Dial — 

Range — 0 to 25 m for X.1 . 

0 to 250 m for XI 

Accuracy — Within ±2% of reading ±0.02 m for X.1 
Within ±2% of reading ±0.2 m for XI. 
METERS/DIV Control — 

Range — 0.025 to 5 m/div for X.1. 

0.25 to 50 m/div for XI. 



ORDERING INFORMATION 
1502 TDR Cable Tester $5225 

Option 04 (with recorder) Add $900 

Option 05 (metric version) No Charge 

Option 76 (P7 Phosphor) Add $35 

234 V International Power Cord and Plug Options A1 thru A4 
available, see page 10 for full description 

1502 OPTIONAL ACCESSORIES 

Chart Recorder — 016-0506-04 $950 

Chart Paper (roll) — 006-1656-01 $6.50 

Chart Paper (100 roll case) — 006-1658-02 $490 

Accessory Pouch — 016-0351-00 $25 

Impedance Adapter — 

50/75 0 — 017-0091-00* $95 

50/93 Q — 017-0092-00" $95 

50/125 Q — 017-0090-00" $95 

"Should be purchased with following two parts: 

Connector. BNC Female-to-GR — 017-0063-00 $43 

Connector. BNC Male-to-GR — 017-0064-00 $60 



** Static Suppressor for 1502 (helps protect front end from 
damage) — 01 1-0132-00 $29.00 



1503 

Shape — 1/2 sine within ± 20% 

Amplitude — 10 V ±20% unterminated 

5 V ± 20%. terminated, ac coupled 
Aberrations — 30 dB p-p (Equivalent to ±1.6%) 

Duration — <10 ft (10 ns).* 

<100 ft (100 ns)." 

< 1000 ft (1000 ns)." 

"Duration times are within ± 20% at half amplitude 
Jitter — < 1 ft for X10 (<2 ns). 

<10 ft for X100 (<20 ns). 

Test Connector — BNC. 

Termination — 50 11, 75 11 . and 93 11 . within 1%; 125 11 within 

3%. 

Max Input — ± 400 V (dc + peak ac at max frequency of 440 
Hz). 

VERTICAL SYSTEM 
Display Range — ±4 div. 

Accuracy — Within ± 0.25 dB (within ± 3%). 

Calibration Point — 2 div = 0 dB 

Deflection Factor — 0 to 60 dB. 7 steps. 10 dB per step 

Variable — 0 to 18 dB additive to steps 

Displayed Noise — 

NOISE FILTER switch ’out': -80 dB RMS, random 
NOISE FILTER switch "in*. -86 dB RMS. random 
HORIZONTAL SYSTEM 
Distance Controls — 

Distance Dial — 

Range — 0 to 2.500 ft at X10 

Oto 25.000 ft at XI 00. 

Accuracy — Within 2% of reading ± 2 ft for XI 0. 

Within 2% of reading ± 20 ft for XI 00 

Feet/div Control — 

Range — 5 to 500 ft/div at X10. 50 to 5000 ft/div at X100 
Accuracy — Within 2% of full CRT screen 
CABLE DIELECTRIC Scales (Vp/Vair) — SOLID POLY. 0 66. 
FOAM POLY. 0.81; VAR. 0.31-1.0. VAR is calibrated for air 
when turned fully cw. 

Distance Cal Scales, Option 01 only (Vp/Vair) — Selectable 
from 0.2 to 1.0 in 0.01 increments 

Sweep Repetition — 40 Hz within +0 Hz. -10 Hz with 
NOISE FILTER switch "out." 20 s/sweep nominal in chart re- 
corder mode (dependent upon chart recorder) 4 Hz within 
±20% with NOISE FILTER switch "in." 

1503 Included Accessories — Watertight front cover, re- 
placement fuses (for front panel) 110 V ac (159-0032-00) or 
220 V ac (159-0029-01). power cord (161-0066-00). viewing 
hood (016-0297-00); 50 11 BNC terminator (011-0123-00). X-Y 
output module (016-0606-00); mesh filter (CRT) (378-0055-00), 
9 ft BNC-to-clip-lead cable (012-0671-02). 

UNIQUE 1503 OPT 05 CHARACTERISTICS 
TEST SIGNAL 
Duration — <3 m (10 ns)." 

<30 m (100 ns)." 

<300 m (1000 ns)." 

"Duration times are within ±20% at half amplitude. 

Jitter — <0.2 m for XI (<2 ns). 

<2 m for X10 (<20 ns). 

HORIZONTAL SYSTEM 
Distance Controls — 

Distance Dial — 

Range — 0 to 500 m at XI . 

0 to 5.000 m at X10 

Accuracy — Within 2% of reading ♦ 0.2 m for XI . 

Within 2% of reading ± 2 m for XI 0 

METERS/DIV CONTROL — 

Range — 1 to 100 m/div at XI 

10 to 1000 m/div at X10 



ORDERING INFORMATION 



1 503 TDR Cable Tester $4550 

Option 01 (Distance Cal) Add $325 

Option 04 (with recorder) Add $900 

Option 05 (metric version) No Charge 

Option 76 (P7 Phosphor) Add $35 



234 V International Power Cord and Plug Options A1 thru A4 
available, see page 10 for full description 



1503 OPTIONAL ACCESSORIES 

Chart Recorder — 016-0506-04 $950 

Chari Paper (rofl)— 006-1658-01 $6.50 

Chart Paper (100 roll case) — 006-1658-02 $490 

Isolation Network 

(for balanced lines) — 013-0169-00 $155 

Adapter Cables (BNC-to-Clips) — 

9 foot — 012-0671-02 $50 

30 foot — 012-0671-03 $60 

Accessory Pouch — 016-0351-00 $25 

Direct Current Adapter with Filter (for use with standard 1 2 V 
automobile lighter plug with negative ground) 

25 foot cord — 015-0327-00 $120 



1502 & 1503 COMMON CHARACTERISTICS 
POWER SYSTEM 

Line Voltage — 117 V ac ±20%. 48 to 410 Hz. (234 V ac 
♦ 20%. 48 to 410 Hz available with Options A1-A4) 

Battery Pack — 

Operation — At least 5 hr ( + 20°C to +25°C charge and 
discharge temperature) including 20 chart recordings. 

Full Charge Time — 16 hr. 

Typical Charge Capacity — 



Charge 

Temperature 


— 15°C 


Discharge 

Temperature 

+ 20°C 
to 

+ 25°C 


+ 55°C 


0°C 


40% 


60% 


50% 


+ 20°C to + 25°C 


65% 


100% 


85% 


+ 40°C 


40% 


65% 


55% 



EXTERNAL RECORDER INTERFACE 
(STANDARD X-Y MODULE) 

Horizontal — 01 V/div. source impedance is 10 kil 
Vertical — 0.09 to 0.13 V/div (adjustable), source impedance 
is 10 kil 



PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


12.7 


5.0 


Width (with handle) 


31.5 


12.4 


(without handle) 


30 


11.8 


Length (handle extended) 


47.5 


18.7 


(handle not extended) 


41.9 


16.5 


Weight 


kg 


lbs 


Net (with front cover and acces.) 


8.2 


18 


(without front cover or acces.) 


7.3 


16 


Domestic Shipping (complete) 


11.1 


24.4 


Export Shipping (complete) 


16.3 


36 



PA1 Cable Comparator 

Test Pulse Amplitude — 

15 V for 10 ns pulse width 

25 V for 100 ns and 1000 ns pulse widths 

Voltages ±20% 

60 Hz Rejection — 40 dB 



PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


15.3 


600 


Width 


184 


7.25 


Length 


29.2 


11.5 


Weight 


kg 


lb 


Net 


825 


375 


Shipping 


6.75 


14 85 



POWER SYSTEM 

Battery Powered — Requires four (4) ASA "D" size alkaline 
cells (not provided) 

Service Life — 100 hours min. 

ENVIRONMENTAL CHARACTERISTICS 

Military Specification MIL-T-28800, Type II. Class 2. Style B 
was used as guideline for the environmental specifications 

Operating Temperature 15°C to + 5°C. 

Water Resistance — Splash and dnp proof. Cover removed 
Vibration — 3.0 g. 5 to 55 Hz. 

Shock, Mechanical Pulse — 30 g. 1/2 sine shock. 

Order PA1 Cable Comparator $450 



LOGISTICS INFORMATION 

For logistics data, see Tektronix Logistics Data Book. 
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SPECTRUM ANALYZERS & 
SWEPT FREQUENCY SYSTEMS 



CONTENTS 



Portable Spectrum Analyzers 

496/496P 1 kHz to 1800 MHz 120 

492/492P 50 kHz to 220 GHz 122 

Waveguide Mixers 125 

Plug-In Spectrum Analyzers 

7L14 10 kHz to 1800 MHz 126 

7L18 1.5 GHz to 60 GHz 127 

7L5 20 Hz to 5 MHz 128 

7L12 100 kHz to 1800 MHz 130 

5L4N 20 Hz to 100 kHz 131 

Tracking Generators 

TR502/TR503 100 kHz to 1800 MHz 132 

1 405 Sideband Adapter 133 

Accessories 134 



7000 Series 
Plug-in Versatility 

Three Models Provide Digital Storage. 

With the introduction of the new 7L14, there 
are now three members of the Tektronix 
family of digital storage plug-in spectrum 
analyzers. They provide frequency cover- 
age from 20 Hz to 60 GHz— the 7L18 covers 
1 .5 to 60 GHz, the 7L14 from 10 kHz to 1800 
MHz, and the 7L5 from 20 Hz to 5 MHz. 
Digital storage provides: flicker-free displays 
that are easy to interpret; averaging and 
peak detection; accurate waveform com- 
parisons; and it stores for long periods to 
measure amplitude changes and frequency 
drift. 

Family Characteristics that make 
Spectrum Analysis Easier. The 7000 Se- 
ries Family of spectrum analyzer plug-ins are 
compatible with any Tektronix 7000 Series 
Oscilloscope Mainframe, including the new 
7854 Oscilloscope Mainframe for micro- 
processor-based processing of spectra to 
aid in complex measurements. Spectra and 
data can be transferred via the 7854’s GPIB 
interface. These spectrum analyzers pro- 
vide unequaled flexibility and versatility. 
With a 7000 Series Mainframe on your 
bench, you select the spectrum analyzers 
that fit your requirements. And they inter- 
change quickly with each other and with 30 
other Tektronix test and measurement plug- 
ins. 





These spectrum analyzer plug-ins display al- 
phanumeric readout for referencing and 
easy documentation. And each analyzer 
can withstand up to one watt input levels to 
save expensive front end repairs caused by 
inadvertent overloading. 

Other Plug-in Spectrum Analyzers from 
Tektronix. The popular, economical 7L12 
has capabilities similar to the 7L14 at a low- 
er price. It is somewhat lower in perfor- 
mance and does not have digital storage. 
Front-end protection is available as an 
accessory. 

5000 Series Mainframe owners can also add 
spectrum analyzer capability in the 20 Hz to 
100 kHz range with the 5L4N Plug-in. This 
analyzer is ideal for audio, distortion and 
noise measurements. 
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Performance for the Lab that 
goes into the Field 

The TEKTRONIX 492 and 496 are two spec- 
trum analyzers that go where you go. Their 
compact size, light weight, and rugged 
design combine to offer unmatched porta- 
bility in laboratory quality analyzers. 

Single-handle carry and portable form factor 
make them ready to travel. The 492 and 496 
move as easily in the field as in the design 
lab or systems test area. They even fit un- 
der an airplane seat. 

You can count on the same exceptional per- 
formance no matter where you’re working If 
its antenna test measurements, point-to- 
point transmission maintenance, or any 
number of critical field applications, the 492 
and 496 work with you. 

For on site applications reduced warmup 
time means reduced measurement time. 
Long term frequency drift of 5 kHz/ 10 
minute after 30 minutes warmup is typical 
for the 492/492P and 2 kHz/ 10 minute is 
typical for the 496/496P 

Here’s Proof of Their Performance 

The TEKTRONIX 492 has the widest ampli- 
tude calibrated frequency range of any 
spectrum analyzer on the market: 50 kHz to 
220 GHz using external waveguide mixers 
above 21 GHz The VHF/UHF 496 covers 
from 1 kHz to 18 GHz. 




They offer 80 dB dynamic range on-screen 
and excellent sensitivity, with an average 
noise level of —123 dBm at 100 Hz resolu- 
tion bandwidth for the 492, - 127 dBm at 30 
Hz resolution bandwidth for the 496. Low 
phase noise —70 dBc at only 3 kHz offset 
—for accurate small-signal analysis. High 
stability for single source spectral purity 
analysis, with residual FM of no more than 
50 Hz peak-to-peak for the 492, 10 Hz peak- 
to-peak for the 496. For precise measure- 
ment of signal differences, there's ampli- 
tude comparison in super-fine 0.25 dB 
steps And the 496 provides 1 kHz frequen- 
cy resolution in AF mode. All this and more 
in one compact package that goes where 
you go. 

Easy to Use - Anywhere 

Tektronix designed the 492 and 496 to han- 
dle your measurement task with micro- 
processor-aided ease. Setting frequency, 
span and reference level is a simple three- 
knob operation. Most-used functions are 
automatically controlled. Digital storage and 
signal processing eliminate time-consuming 
display adjustments And constant tuning 
rate helps you position a signal quickly and 
accurately. All part of the convenience and 
capability the 492 and 496 deliver, on site or 
on the bench. 






TtTIZ 1 kHz TO 1800 MHz 
I Er\ PORTABLE SPECTRUM ANALYZERS 




The 496P complies with IEEE Standard 488-1978, 
and with Tektronix Codes and Formats 
Standard 



496 



496P 



GPIB 

IEEE-4881 



Microprocessor Aided Controls 
Automatic Modes 



Portable Form Factor 
(Compact Size/Light Weight) 

1 kHz to 1800 MHz Coverage 

Amplitude Comparison in 0.25 dB Steps 

1 kHz Frequency Resolution in AF Mode 

CRT Readout of all Important Parameters 

Fully Calibrated in Amplitude and Frequency 

80 dB Dynamic Range 

GPIB/Fully Programmable (496P) 

Three-knob Operation 

Environmentalized per MIL-T 28800B 

Digital Storage and Signal Processing 



The 496 provides high performance spectrum 
analysis and measurements in the 1 kHz to 18 
GHz range. Its high stability and 80 dB dynamic 
range meet your demands for proof-of-perfor- 
mance measurements, on site or on the bench. 

The 496 offers state of the art performance and 
rugged portability. Resolution bandwidth can be 
varied from 1 MHz to 30 Hz over the entire 
frequency range Automatic phase lock stabiliza- 
tion reduces incidental FM to 10 Hz p-p; phase 
noise sidebands are at least -75 dBc at 30 times 
the resolution offset. Frequency drift with phase 
lock is no greater than 330 Hz in ten minutes. And 
the 496 provides 1 kHz frequency resolution in AF 
mode 

Easy to use. 

Anywhere. 

Simple 1,2,3 knob adjustment sets center fre- 
quency, frequency span and reference level. 
Power on sequence automatically normalizes 
operational settings and provides maximum input 
protection. 

Digital storage eliminates time-consuming display 
adjustments. SAVE A, B MINUS SAVE A. MAX 
HOLD and AVERAGE modes let you compare, 
subtract, save maximum values or noise average 
(smooth) your spectral displays. Constant tuning 
rate lets you position the signal quickly and 
accurately at any frequency span 



Microprocessor-aided controls take care of the 
rest Most-used functions are automatically 
controlled 

The 496 Goes Where You Go 

Light weight and compact size combine to pro- 
vide unmatched portability in a laboratory quality 
spectrum analyzer With its single-handle carry, 
the 496 is easily moved around the design lab or 
systems test area, to the field, or wherever it may 
be needed 

It even fits under an airplane seat 

Automate your Spectrum Analysis with the 
496P 

The 496P is the fully programmable/GPIB com- 
patible version of the 496 Spectrum Analyzer. 
Operation, features and benefits of the 496P are 
essentially the same as the 492P See discussion 
on pages 123 and 124 496 Spectrum Analyzer 
specifications also apply to the 496P 

Manual instruments can be converted to 
programmable instruments at a later time. Con- 
tact your Tektronix Sales Engineer for details. 
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496/496P CHARACTERISTICS 

ELECTRICAL CHARACTERISTICS 

The following characteristics and features apply to the 
496/496P Spectrum Analyzer after a 30-minute warm up 
period unless otherwise noted 

FREQUENCY RELATED 

Center Frequency Range — 1 KHz to 1 800 MHz 
Frequency Accuracy — ±5 MHz +20% of span/div 
•Frequency Readout Resolution — 1 MHz. 496P TUNE 
Command Accuracy (Span/div - 50 kHz) — ±7% or ± 100 

Hz. whichever is greater 

•Delta Frequency Readout Accuracy (Span/div <50 kHz) 

— ♦ 5% of the Delta Frequency Readout. 

Residual FM (short term). Phase-lock ON — <10 Hz p-p 

over 20 mS. 

Residual FM (short term), Phase-lock OFF — <1 kHz p-p 
over 20 mS. 

Long Term Drift — 

(At Constant Temperature and Fixed Center Frequency) — 

Phase Lock on 3 3 kHz or less in 10 Min. 

Phase Lock off 33 kHz or less in 10 Min 
Resolution Bandwidth (-6 dB) — 30 Hz. then 100 Hz to 1 
MHz in decade steps, plus an AUTO position Resolution band- 
width is within 20% of selected bandwidth. 

Resolution Shape Factor (60 dB/6 dB) — 7 5 1 or less. 15:1 
or less for 30 Hz Resolution Bandwidth 
Noise Sidebands — At least 75 dBc at 30 times the Resolu- 
tion Bandwidth offset from the Center Frequency (70 dBc for 
100 Hz Resolution Bandwidth or less). 

Frequency Span/div Range — From 50 Hz/div to 100 
MHz/div in a 1-2-5 sequence 

Max Span — When selected, the entire effective frequency 
range is scanned and displayed 

Zero Span — When selected, the horizontal axis of the CRT is 
calibrated in time (instead of frequency) The span/div readout 
is changed to time/div 

Frequency Span/div Accuracy — Within 5% of the selected 
span/div over the center eight divisions of the ten-division CRT 
display 

*JiF mode provides incremental frequency measurements to 
the nearest kHz plus direct center frequency readout to the 
nearest kHz between 1 kHz and 1 500 kHz (Phase Locked). 

AMPLITUDE RELATED 

Reference Level Range (full screen, top of graticule) — 

123 dBm to +40 dBm ( + 40 dBm includes maximum safe 
input of + 30 dBm and 10 dB of IF gain reduction) for 10 dB/div 
and 2 dB/div LOG modes 20 nV/div to 2 V/div (1 W maximum 
safe input) in LIN mode 

Reference Level Steps — 10 dB. 1 dB. and 0.25 dB for differ- 
ential (A) measurements in LOG mode 1-2-5 sequence and 1 
dB equivalent increments in LIN mode 
Reference Level Accuracy — Accuracy is a function of 
changes in rf Attenuation. Resolution Bandwidth. Display 
Mode and Reference Level See amplitude accuracies of these 
functions The rf attenuator steps 10 dB for reference level 
changes above 30 dBm ( 20 dBm when Min Noise is active) 
unless Mm rf Attenuation is greater than normal The IF gam 
increases 10 dB for each 10 dB Reference Level change below 
30 dBm ( 20 dBm when Mm Noise is active). 

Display Dynamic Range — 80 dB at 10 dB/div. 16 dB at 2 
dB/div. and 8 divisions in LIN mode 



Display Amplitude Accuracy — ±10 dB/10 dB to a maxi- 
mum cumulative error of 1 2 0 dB over the 80 dB window and 
♦ 0 4 dB/2 dB to a maximum cumulative error of ±10 dB over 
the 16 dB window. LIN mode is 5% of full scale 
Differential Amplitude — Delta A mode provides differential 
measurement in 0 25 dB increments 

Display Flatness — ± 1.5 dB. 1 kHz to 1800 MHz measured 
with 10 dB RF attenuation 

Sensitivity — Resolution Bandwidth Average Noise Level. 



30 Hz 


- 127 dBm 


100 Hz 


123 dBm 


1 kHz 


-115 dBm 


10 kHz 


- 105 dBm 


100 kHz 


- 95 dBm 


1 MHz 


85 dBm 



SPURIOUS RESPONSE 

Residual (no input signal, referenced to mixer input) — 

100 dBm or less 

Third-Order Intermodutation Distortion (Min Distortion 
mode) — At least - 70 dBc below any two on-screen signals 
within any frequency span 

Harmonic Distortion (cw signal, Min Distortion mode) — At 
least 60 dBc for a full-screen signal. 

L. 0. Emissions (reference to input mixer) — 70 dBm 

maximum 

INPUT SIGNAL CHARACTERISTICS 
Rf Input — Type N female connector 

Input Impedance — 50 it; vswr 1.45 maximum with 10 dB or 
more rf attenuation 

Input Level (optimum level for linear operation) 30 dBm 

referred to input mixer. Full screen not exceeded and MIN Dis- 
tortion control setting. 

1 dB Compression Point 18 dBm. no rf attenuation. 

Maximum Input Level 

+ 30 dBm (1 W) continuous (rf attenuation at 0 dB) 75 W peak 
(20 dB or more R F Attenuation) for 1 us or less pulse width 
and 0 001 maximum duty factor. Dc must never be applied to 
R F input. 

OUTPUT SIGNAL CHARACTERISTICS 
Calibrator (Cal Out) — 20 dBm + 0.3 dB at 1 00 MHz ± 1 7 

kHz 

1 st and 2nd LO — Provides access to the output of the re- 
spective local oscillators (1st LO +7.5 dBm minimum to a 
maximum of f 15 dBm. 2nd LO 16 dBm minimum to a maxi- 
mum of + 1 5 dBm). These ports must be terminated in 50 Si at 
all times 

Vertical — Provides 0 5 V ± 5% of signal per division of video 
above and below the centerline 

Horizontal Out — Provides 0.5 V either side of center Full 
range 2 5 V to +2.5 V ± 10%. 

Pen Lift — TTL compatible, nominal +5 V to lift pen 
IF Out — Output of the 10 MHz IF Level is = - 16 dBm for a 
full screen signal at 30 dBm input reference level Nominal 
impedance 50 12. 

496P Only: IEEE Std 488-1978 Port (GPIB) — In accordance 
with IEEE-488 Standard 

Probe Power — Provides operating voltages ( + 5 V. +15 V. 
15 V. and Ground) for active probes 

GENERAL CHARACTERISTICS 
Sweep Time — 20 *jS/div to 5 s/div in 1-2-5 sequence (20 
*iS/div in Auto). 

CRT Readout — Displays Reference Level. Frequency. Fre- 
quency span/div Vertical Display, rf Attenuation, and Resolu- 
tion Bandwidth 

Input Voltage — 90 to 132 Vac or 180 to 250 Vac. 48 to 440 
Hz 



ORDERING INFORMATION 



496 Spectrum Analyzer $22,950 

496P Fully Programmable/GPIB 
Spectrum Analyzer $26,950 

496 to 496P Conversion — Conversions made by your Tek- 
tronix Service Center Contact your Spectrum Analyzer Sales 
Engineer or Service Center for details 

Rackmount, Option 30 .. — Add $790 

Rackmount with all inputs through rear 

panel. Option 31 Add $840 

Benchmount, Option 32 Add $940 

INTERNATIONAL POWER CORDS & PLUG OPTIONS 

Option A 1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



PERIPHERAL PRODUCTS FOR 
(496P SPECTRUM ANALYZER) 

4041 System Controller $4995 

4052 Graphic Computing System 

Controller $9900 

461 1 Hard Copy Unit $4400 

4631 Hard Copy Unit $5575 

4662 Interactive Digital Plotter .. $4600 

4924 Digital Cartridge Tape Drive $2990 

OPTIONAL ACCESSORIES 

1405 TV Sideband Analyzer $5000 

TR 503 Tracking Generator $6300 

For more information on the TR 503 see page 1 32. 

Hard Case (transit) (016-0658-00) $625 

Soft Case (016-0659-00) $125 

Polaroid Film Pack C-59AP $1 165 

C-5C Camera $500 



Note. The 496 Spectrum Analyzer system is compatible 
with all TEKTRONIX C-50 Series Cameras. 



Power — 210 W maximum. 3 2 A. at 115 V and 60 Hz 



TUTU" 50 kHz to 220 GHz 
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The 492P complies with IEEE Standard 488-1978, 
and with Tektronix Codes and Formats 
Standard » 

492 492P I.™ 




Microprocessor Aided Controls 

Automatic Modes 

Portable Form Factor 
(Compact Size/ Light Weight) 

Usable Frequency Range 
From 50 kHz to 220 GHz 

Amplitude Comparison in 0.25 dB Steps 

CRT Readout of all Important Parameters 

Fully Calibrated in Amplitude and Frequency 

80 dB Dynamic Range 



Wide Range of Options 



GPIB Programmable (492P) 

Three-knob Operation 

Environmentalized per MIL-T-28800B 

Digital Storage and Signal Processing 

Freedom from Spurious Responses 
Through Preselection 



Lab Quality You Can Get a Handle on. 

The 492 is a high performance, rugged, state of 
the art instrument of compact size, with micro- 
processor logic control Full programmability via 
GPIB (IEEE 488-1978) compatibility is available for 
the 492P version. 

Three-knob operation provides use as simple as 
1,2,3 through microprocessor coupled functions 
such as resolution bandwidth, video bandwidth, 
sweep time, frequency span, rf attenuation, and 
reference level Measurement accuracy is en- 
hanced through the use of A dB mode, which 
switches in 0 25 dB steps 

Digital storage and processing facilitate trace 
comparisons and add measurement capability 
through the MAX HOLD function for frequency 
drift and amplitude change measurements. 
Arithmetic operations can be performed between 
traces or between a trace and a reference. Digital 
noise averaging mode results in trace smoothing. 
With digital storage, the display is steady and 
without flicker, even at the lowest sweep speeds; 
plus, trace values may be retained as long as 
power is on 

492P Makes Spectrum Analysis 
Automatic, and Easy. 

Two Instruments in One. 

The 492P is a fully programmable version of the 
492 Spectrum Analyzer. It incorporates all of the 
492’s lab quality performance and ease of use 
features when used as a manual instrument. Push 



the "Reset to Local" button and the 492P be- 
comes a 492 — with operation from the front 
panel But, most important, the 492P opens the 
way to automated spectrum analysis and docu- 
mentation via its IEEE-488 (GPIB) interface. 

This versatility makes the 492P useful in many 
applications in the lab, factory or field. 

Programmability/GPIB features can be added to 
manual 492 Spectrum Analyzers, serial number 
B03XXXX and above, and all 496 Spectrum Ana- 
lyzers. This means if you want to postpone a 
programmability/GPIB decision because of bud- 
get constraints, or for any other reason, you can 
convert your 490 Series Spectrum Analyzer later 
Conversions are made by your nearest Tektronix 
Service Center 
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When used with the TEKTRONIX 4052 Graphic Computing System controller and 4631 Hard Copy Unit, or with the 4662 Digital Plot- 
ter. the 492P can provide test results in both graphic and numeric form for the evaluation of microwave signal sources 



With or Without a Controller 



Easy to Use 



Switches on the rear panel select the mode of 
operation as a GPIB instrument In the normal 
TALKER/ LISTENER mode, the 492P listens to 
and executes commands from a GPIB controller 
All important front panel settings can be operated 
remotely. Some functions are controlled with 
more detail through the bus than possible from 
the front panel. 



GPIB ADDRESS 



LF OR EOI 

TALK ONLY- 
LISTEN ONLY 




16 8 4 2 1 




EOI * 



The 492P is designed for ease of operation via 
the GPIB, just as the 492 is designed for front 
panel operational ease Most commands for pro- 
gram control are simply abbreviations of the front 
panel nomenclature. 

The 492P’s high level command language and the 
similarity of commands and responses simplify 
programming and make program listings easily 
readable for editing 

Put it to Work 

With the programmable 492P on your measure 
ment team, repetitive measurements can be 
done the same way every time. Your throughput 
will increase— and your confidence in results 
And, the internal processing and high level pro- 
gramming language makes software develop- 
ment faster You get high power results with easy 
programming When you look at the total perfor- 
mance capability of the 492P, you'll recognize its 
value: ease of operation both as a programmable 
and manual instrument Wide frequency range 
The versatility to go where you go. Into the lab for 
automated testing; into the field for data 
collection 



492/492P CHARACTERISTICS 

ELECTRICAL CHARACTERISTICS 

The following characteristics and features apply to the 
492/492P Spectrum Analyzers after a 30 minute warmup peri- 
od unless otherwise noted. 

Frequency Range — 50 KHz to 21 GHz with internal mixer, to 
220 GHz with external mixers Option 08 deletes coverage 
above 21 GHz (calibrated mixers to 140 GHz available from 
Tektronix). 

Frequency Accuracy — ± 0.2% or 5 MHz whichever is great- 
er ♦ 20% of span/div 

Frequency Readout Resolution — Within 1 MHz 

Frequency Span per Division — 10 kHz to 500 MHz plus zero 
and full band max span, down to 500 Hz with Option 03 — in 1- 
2-5 sequence 

Frequency Span Accuracy — ± 5% of span/div. measured 
over center eight divisions 

Resolution Bandwidth @ 6 dB Points — 1 MHz to 1 kHz (100 
Hz for Option 03) in decade steps within ± 20%. manually or 
automatically selected 

Resolution Shape Factor (60/6 dB) — 7.5; maximum. 




1 10 100 1000 

Frequency (kHz) 



Figure 1 Typical low end frequency performance for the 492 with 
Option 01 



SPURIOUS RESPONSES 

Residual (no input signal) 100 dBm or less referenced to 

input mixer for fundamental conversion. 

Harmonics — At least 60 dBc for full screen signal in the 
Min Distortion mode to 21 GHz At least 100 dBc for prese- 
lected Option 01. 1.7 to 21 GHz. 

Intermodulation — 3rd order products at least - 70 dB down 
from two full screen signals within any frequency span in the 
Min Distortion mode At least - 100 dB down for two signals 
spaced more than 100 MHz apart from 1 .7 to 21 GHz for pre- 
selected Option 01. 

L.O. Emissions (referenced to Input mixer) — 10 dBm 

max, 70 dBm max for Option 01. 

STABILITY 

Residual FM — (1 kHz p-p) n (mixinq number) for 20 ms time 
duration, improves to (50 Hz) n for 20 ms with phaselock Op- 
tion 03. 

Long Term Drift — 200 kHz/hour unphaselocked. 3 kHz/10 
mm phaselocked for fundamental mixing. 

Noise Sidebands — At least 75 dBc @ 30X resolution offset 
(70 dBc for 1 kHz resolution) for fundamental mixing. 

AMPLITUDE RELATED 

Reference Level Range — -123 dBm to +40 dBm ( + 30 
dBm maximum safe input) for 10 dB/div and 2 dB/div LOG 
modes 20 nV/div to 2 V/div (1 W max safe input) in the LIN 
mode 

Reference Level Steps — 10 dB, 1 dB. and 0.25 dB for rela- 
tive level U) measurements in LOG mode 1-2-5 sequence and 
1 dB equivalent increments in LIN mode. 

Reference Level Accuracy — Amplitude change of 0.25 dB 
♦ 0 05 dB. 1 dB ±0.2 dB. 10 dB ±0.5 dB. to a maximum of 
± 1 4 dB for 60 dB and ± 2 dB for 90 dB reference level 
change when gam change and attenuation do not offset each 
other 

Display Dynamic Range — 80 dB @ 10 dB/div. 16 dB @ 2 
dB/div and 8 divisions linear 

Display Amplitude Accuracy — ±1 dB/10 dB to max of ±2 
dB/80 dB ± 0 4 dB/2 dB to max of ± 1 dB/16 dB. ± 5% of full 
screen in LIN mode 

Resolution Bandwidth Gain Variation — ±0.5 dB. 






TCU' 50 kHz to 220 GHz 
I Cl\ COMPACT SPECTRUM ANALYZERS 



SENSITIVITY AND FREQUENCY RESPONSE 







Average Noise Level 


Frequency Response 






for 1 kHz Resolution 


With 10 dB Attenuation 




Mixing 


No 


Preselected 


No 


Preselected 


Frequency Range 


Number (n) 


Preselection 


Option 01 


Preselection 


Option 01 


50 kHz-1.8 GHz* 


1 


-115 dBm 


-110 dBm 




±1.5 dB 


50 kHz-4.2 GHz* 


1 


-115 dBm 


-110 dBm 


±2.5 dB 




1. 7-5.5 GHz 


1 


— 115 dBm 


-110 dBm 


±1.5 dB 


±2.5 dB 


3.0-7. 1 GHz 


1 


-115 dBm 


-110 dBm 


±1.5 dB 


±2.5 dB 


5.4-18 GHz 


3 


— 100 dBm 


— 95 dBm 


±2.5 dB 


±3.5 dB 








(12 GHz) 
- 90 dBm 












(18 GHz) 




±5.0 dB 


15-21 GHz 


3 


— 95 dBm 


— 85 dBm 


±3.5 dB 


100 MHz-18 GHz*** 








±3.5 dB 


±4.5 dB 


With Tektronix optional high performance waveguide mixers 


18-26 GHz 


6 


-100 dBm 




±3 dB 




26-40 GHz 


10 


— 95 dBm 




±3 dB 




40-60 GHz 


10 


— 95 dBm 




±3 dB 




60 to 90 GHz 




— 85 dBm 




±3 dB** 




90 to 140 GHz 




- 75 dBm 




±3 dB** 





‘Low frequency end performance does not include effects due to zero Hz feedthrough. 
“Typical over any 5 GHz bandwidth. 

‘“Includes frequency band switching error of 1 dB maximum. 



INPUT CHARACTERISTICS 

Internal Mixer — Type N female connector. VSWR 1.45 to 18 
GHz and 3.5 to 21 GHz. with 10 dB or more attenuation 

Optimum Level for Linear Operation 30 dBm referenced 

to mixer. 

1 dB Compression Point — 28 dBm from 1 .7 to 2 GHz for 

Option 01 . otherwise - 10 dBm. 

Maximum Safe Input Level — +13 dBm without Option 01. 
+ 30 dBm (1 W) with Option 01 . zero rf attenuation. 
Attenuator Power Limit — +30 dBm (1 w) continuous, 75 W 
peak for 1 ns or less pulse width and 0.001 maximum duty 
factor. 





CR T mask for digital radio application. Ask about the modified 
492 optimized for digital radio measurements. 



OUTPUT CHARACTERISTICS 

Calibrator 20 dBm ±0.3 dB. 100 MHz ±1.7 kHz. 

1st LO — +7.5 dBm @ 50 Q nominal +15 dBm max. 

2nd LO 16 dBm @ 50 U nominal +15 dBm max. 

Vertical Out — 0.5 V ± 5%/division. 1 kit nominal. 

Horizontal Out -0.5 V ± 10%/division. 1 kit nominal. 

Pen Lift — TTL. 5 V nominal. 

IF Out 15 dBm nominal for full screen. -30 dBm display; 

10 MHz. 50 it. 

GPIB Control — IEEE-488 input/output control for 492P 

MISCELLANEOUS 

Sweep Time — 20 ns to 5 s/div (10 s/div in auto) in 1-2-5 
sequence. 

CRT Readout — Reference level, center frequency, frequency 
range, vertical display mode, frequency span/div resolution 
bandwidth and rf attenuation. 

CRT — 8x10 cm. P31 Phosphor. 

Power — 90 to 132 Vac. 180 to 250 Vac. 48 to 440 Hz. 210 W 
max with all options. 

Environmental Characteristics — Per MIL-T-28800B Type III, 
Class 3. Style C. 

PHYSICAL CHARACTERISTICS 



Configuration — Portable. 44 lb (all options). 6.9 x 12.9 x 19.7 
in without handle or cover. 




The 492 or 496 with TR503 Tracking Generator constitutes a 
calibrated swept frequency source covering 100 kHz to 1.8 
GHz. 



ORDERING INFORMATION 



492 Spectrum Analyzer $21,300 

492P Spectrum Analyzer $27,500 

492 to 492P Conversion — Conversion made by your 
Tektronix Service Center For 492 s including 

Option 08 Order 040-1038-00 Request Quote 

for 492 s not including Option 08 

Order 040-1037-00 Request Quote 



Option 01 — Internal Preselection Add $3900 

Provides calibrated preselected filtering of first mixer for each 
frequency band. 

Option 02 — Digital Storage Add $1900 

Provides multiple memory display storage with Save A. Max 
Hold. B Minus Save A. display averaging, and storage bypass. 

Option 03 — Frequency Stabilization/ 100 Hz 
Resolution Add $3500 

Provides first local oscillator stabilization by phase lockinq the 
oscillator to an internal reference. Also provides 100 Hz 
resolution. 

Option 08 — Delete External Mixer 

Capability Sub $1750 

Deletes external mixer capability which provides internal 
switching and connection capability to connect and use exter- 
nal waveguide mixers. 

Option 20 — General Purpose 12.4 to 40 GHz 
Waveguide Mixer Set Add $520 

Includes three mixers (12.4 to 18 GHz. 18 to 26.5 GHz. and 
26 5 to 40 GHz) and attaching hardware to extend the upper 
frequency. 

Option 21 — High Performance 18 to 40 GHz 
Waveguide Mixer Set Add $1970 

Includes two mixers (18 to 26.5 GHz and 26.5 to 40 GHz) and 
attaching hardware to extend the upper frequency. 

Option 22 — High Performance 1 8 to 60 GHz 
Waveguide Mixer Set $3220 

Includes three mixers (18 to 26.5 GHz. 26.5 to 40 GHz, and 40 
to 60 GHz) and attaching hardware to extend the upper 
frequency. 

Rackmount, Optyon 30 Add $790 

Rackmount Option 31 with all inputs through 

rear panel Add $840 

Benchmount, Option 32 Add $940 



PERIPHERAL PRODUCTS FOR 
492P SPECTRUM ANALYZER 



4041 System Controller $4995 

4052 Graphic Computing System Controller $9900 

461 1 Hard Copy Unit $4400 

4631 Hard Copy Unit $5575 

4662 Interactive Digital Plotter $4600 

4924 Digital Cartridge Tape Drive $2990 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220V/ 16A No Charge 

Option A2 UK 240V/ 13A No Charge 

Option A3 Australian 240V/ 10A No Charge 

Option A4 North American 240V/ 15A No Charge 



OPTIONAL ACCESSORIES 

The following listed accessories are optional to all models and 
configurations of the 492 system, and may be ordered in any 



combination. 

General Purpose 12.5 to 40 GHz Waveguide 

Mixer Set (not for Option 08 )(0 16-0640-00) $660 

1405 TV Sideband Adapter $5000 

TR 503 Tracking Generator $6300 

For more information on the TR 503 see page 1 32. 

High Performance 18 to 140 GHz 

Waveguide Mixer Set (WM 490-2) $2010 

High Performance 18 to 60 GHz 

Waveguide Mixer Set (WM 490-3) $3260 

Microwave Comb Generator (067-0885-00) $1800 

TV Trigger Synchronizer (015-0261-00) $360 

Hard Case (transit) (016-0658-00) $625 

Soft Case (016-0659-00) $125 

Polaroid Film Pack C-59AP $1 165 

C-5C Camera $500 



Note: The 492 Spectrum Analyzer is compatible with all TEK- 
TRONIX C-50 Series Cameras. 

A limited quantity of the 491 is still available. Call your 
nearest Spectrum Analyzer Sales Engineer for information. 
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I Llr\ SERIES 



WAVEGUIDE MIXERS 
RACKMOUNT/BENCHMOUNT 



ELECTRICAL CHARACTERISTICS 

Frequency Sensitivity 1 Frequency Amplitude 

Range (dBm) Response 2 Accuracy 2 

18-26 5 GHz -100 ±3dB ±6dB 

26 5-40 GHZ -95 ±3dB ±6dB 

40-60 GHz -95 ±3dB ±6dB 

’Equivalent average noise level at 1 kHz bandwidth 

2 Maximum amplitude variation across each waveguide mixer band (with peaking control optimized) in response to a 30 dBm CW 
input signal to the waveguide mixer 

2 Maximum reference level error with respect to the internal calibrator Amplitude accuracy can be improved 3 dB by measuring 
amplitude respones in each band with respect to a known external waveguide signal source level 

Typical Typical 9 

Frequency Sensitivity 4 Frequency 3 dB Compression 

Range 

60-90 GHz 



90-140 GHz 



95 

-85 

85 

-75 



(dBm) 


Response 


Point (Saturation) 


@ 60 GHz 


±3 dB 


15 dBm ft 


v 60 GHz 


@ 90 GHz 




5 dBm ft 


V 90 GHz 


@ 90 GHz 


±3 dB 


5 dBm ft 


& 90 GHz 


@ 140 GHz 




0 dBm (£ 


i> 140 GHz 



Equivalent average noise level at 1 kHz bandwidth 5 Over any 5 GHz bandwidth 



PHYSICAL CHARACTERISTICS 



Frequency 

Range 

18-26 5 GHz 


Length 


Width 


Height 


Weight 


Flange 

UG-595 U 


8 97 cm 


2 22 cm 


3 68 cm 


180 g 


26 5-40 GHz 


(3.53 in) 
o 93 cm 


(.875 in) 
1 90 cm 


(1 45 in) 
3.35 cm 


(6.5 oz) 
100 g 


UG-599/U 


40-60 GHz 


(2 73 in) 
4 52 cm 


( 750 in) 
1 84 cm* 


(1 32 in) 
2 45 cm* 


(3.7 oz) 
80 g 


UG-383/U-M 


60-90 GHz 


(1 78 in) 
4.31 cm 


( 725 in)* 
0 89 cm* 


( 980 in)* 
2 29 cm* 


(2.9 oz) 
40 g 


UG-387/U 


90-140 GHz 


(1.70 in) 
4 31 cm 


( 350 in)* 
6 89 cm* 


( 900 in)* 
2 29 cm)* 


(1.5 oz) 
40 g 


UG-387/U-M 




(1.70 in) 


( 350 in)* 


( 900 in)* 


(1.5 oz) 





•Excludes contribution to dimension due to the diameter of the round waveguide flange 
Overall length contribution of flange is included 



Typical Frequency Response for 
18-60 GHz Waveguide Mixers. 



Typical Frequency Response for 
60-140 GHz Waveguide Mixers. 
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490 Series Waveguide Mixers 

The 490 Series Tektronix Waveguide Mixers cover 
from 18 to 140 GHz with at least -75 dBm 
sensitivity They are designed specifically for use 
with the TEKTRONIX 492 and 7L18 Spectrum 
Analyzers. 

The two microwave mixers cover ranges 18 to 
26 5 GHz and 26 8 to 40 GHz They have field 
replaceable diodes and frequency response of 
±3 dB when used with the spectrum analyzers 
indicated above 

The three millimeter wave mixers cover ranges 40 
to 60 GHz (also specified at ±3 dB frequency 
response). 60 to 90 GHz and 90 to 140 GHz 

The units are all gold plated brass, conforming to 
MIL-G-45204 Class 1, Type 1 specifications and 
will withstand harsh environments Each set 
comes complete with a container for spare di- 
odes. a 28 inch cable, a 32 page instruction 
manual and a wood storage box with foam cutout 
storage locations for all five mixers. 

PERFORMANCE CHARACTERISTICS 

For All Waveguide Mixers — Max cw RF input level +10 
dBm (10 mW) 

Maximum PULSED RF Input Level — 1 W peak with 0 001 
max duty factor and 1 max pulse width 
L.O. Requirement — +7 dBm mm. + 15 dBm max, + 10 dBm 
typical 

Bias Requirement — 2 0 to +0.5 V with respect to the 

mixer body through a current limiting resistor, to provide 0 to 
20 mA of bias current. 

For the 18 to 60 GHz Waveguide Mixers — 3 dB compres- 
sion point (saturation): - 10 dBm (typical). 

Conversion Loss — 30 dB typical (when used in the proper 
spectrum analyzer frequency band) 



ORDERING INFORMATION 

When ordering, please use the nomenclature given below: 



18 to 26.5 GHz: WM 490 K $975 

26.5 to 40 GHz: WM 490 A $975 

40 to 60 GHz: WM 490 U $1250 

60 to 90 GHz: WM 490 E $2400 

90 to 140 GHz: WM 490 F $2600 

18 to 40 GHz set (items 1,2): WM 490-2 $2010 

18 to 60 GHz set (items 1,3): WM 490-3 $3260 

18 to 90 GHz set (items 1.4): WM 490-4 $5660 

16 to 140 GHz set (items 1,5): WM 490-5 $8260 



490 Series Spectrum Analyzers Rack- 
mount Benchmount Options 
The following options denote mechanical configu- 
rations of the 492/492P/496/496P Option 30 is a 
rackmount configuration for the 49X with stan- 
dard front panel input/outputs. Option 31 is a 
rackmount configuration with rear panel 
input/output capability. Option 32 is a 
benchmount configuration that basically adds 
side covers and trim to an Option 30 or 31 trans- 
forming it into a stackable bench top 
configuration. 

The Option 30 and 31 Rackmount is a standard 



19 inch rack width and comes with standard 
rackmount fittings A spectrum analyzer accesso- 
ries storage drawer is also included Dimensions 
are 22 23 x 42 9 x 63 5 cm (8 75 x 16 89 x 25 00 
in) Weight is 54 lb; including the spectrum 
analyzer 

The Option 32 Benchmount is approximately the 
same size as the Rackmount but is dressed with 
side and top panels and carrying handles and 
feet The Benchmount provides a convenient sur- 
face for stacking other instruments Dimensions 
are 23 5 x 45.7 x 63 5 cm (9 25 x 17 9 x 25 00 in). 
Weight is 57 lb; including the spectrum analyzer 

See Ordering Information on page 121 and 124. 





TCL/' 10 kHz TO 1800 MHz 
I LlX PLUG-IN SPECTRUM ANALYZER 



7000 

SERIES 



CE3I 

7L14 



10 kHz to 1800 MHz Frequency 
Range 

30 Hz to 3 MHz Resolution 

4:1 Resolution Bandwidth Shape 
Factor 

70 dB On-Screen Dynamic Range 

Input Limiter Protects Mixer 
Up to One Watt Can be Connect- 
ed to Input for Any Setting of Rf 
Input Attenuator 

Digital Display and Signal Pro- 
cessing (Max Hold, Save A, Split 
and Comparison Features, and 
Algebraic Addition) 

CRT Readout of all Major 
Parameters 

Swept Frequency Measurements 
with TR502 




The 7L14 Plug-in Spectrum Analyzer spans the 
VHF/UHF frequency range with wide dynamic 
range and high stability to meet the demands for 
proof -of-performance measurements. 

Resolution Bandwidth can be varied from 3 MHz 
to 30 Hz over the entire frequency range. This 
meets the requirements for displaying TV signals, 
radar, broadcast systems, communications 
equipment plus any other type of signal in the 
frequency range up to 1.8 GHz. Automatic phase 
lock ensures ease of use plus the excellent 
oscillator stability necessary for demanding signal 
measurements. Incidental FM is typically 10 Hz 
p-p and the phase noise sidebands are greater 
than —70 dBc at 25 resolution bandwidths away. 

The 7L14 features digital storage which provides 
flicker-free, constant intensity displays regardless 
of sweep speed Automatic overload protection 
of the first mixer in the 7L14 is provided by a built- 
in limiter. Signals up to one watt can be connect- 
ed to the input for any setting of the rf input 
attenuator. The input is ac-coupled to provide 
protection from large amplitude (<50 V) line 
frequency (50/60 Hz) signals. Frequency cover- 
age down to 1 kHz can be obtained by deleting 
the built-in limiter. Talk to your Tektronix Sales 
Engineer for details. 



7L1 4 CHARACTERISTICS 

The following characteristics and features apply to the 7L14 
Spectrum Analyzer after a warm up period of 20 minutes. 

FREQUENCY RELATED 
Center Frequency — 

Range — 10 kHz to 1.8 GHz. 

Readout Resolution — Within 1 MHz. 

Readout Accuracy — ±(5 MHz -i- 20% of frequency 
span/div). 

Frequency Span — 200 Hz/div to 100 MHz/div. In calibrated 
steps in a 1-2-5 sequence. 

Accuracy — Within 5% of the span selected 
Linearity — Within 5% of the span selected 
Max Span — Provides 1 .8 GHz of span. 

Zero Span — Provides fixed frequency operation for time do- 
main display. 

Resolution Bandwidth — 

Range — 30 Hz to 3 MHz, in decade steps. 

Accuracy (6 dB down) — Within ±20% of the resolution 
selected. 

Shape Factor (60/6 dB) — 4:1 or less for 3 MHz to 300 Hz; 
12:1 or less for 30 Hz resolution. 

Signal Level Change Between Any Two Bandwidths — 

±0.5 dB at room temperature ±2.0 dB max over 
temperature. 

Residual FM — 13 Hz (p-p) when phaselocked ±10 kHz (p-p) 
for 20 ms when not phaselocked. 

Stability — At a fixed temperature after two hour warm up; 
±2 kHz/hour phaselocked; ±75 kHz/hour not phaselocked 

AMPLITUDE RELATED 

Display Modes — 

Log 10 dB/div — Provides 70 dB dynamic range. 

Accuracy — Within 0.15 dB/dB to 2 dB max over 70 dB dy- 
namic range. 

Log 2 dB/div — Provides 14 dB dynamic range. 

Accuracy — Within ±0.4 dB/2 dB to 1.0 dB max over 14 dB 
dynamic range 

LIN — Within 10% over 8 divisions. Deviation between display 
modes (for full screen signal) ± 2 dB from 2 dB/div to 10 dB/div 
0.5 divisions from 2 dB/div to LIN 

Reference Level — 

Below 100 kHz — ±30 dBm to - 50 dBm. as the center fre- 
quency approaches 10 kHz. 



Above 100 kHz — ±30 dBm to 110 dBm in 10 dB calibrat- 
ed steps 

Display Flatness — ±1.5 dB. with respect to 50 MHz, over 
any selected frequency span 

Sensitivity — At 50 MHz. applicable from 100 kHz to 1 .8 GHz. 




Spurious Responses — 

Residual — < - 100 dBm (referenced to the 1st mixer input). 
Second Order Intermodulation Products — 100 kHz -18 
GHz. down 70 dB or more from two 40 dBm signals, within 
any frequency span 

Third Order Intermodulation Products — 1 00 kHz 1 8 GHz; 
down 70 dB or more from two - 30 dBm signals, within any 
frequency span. 

Amplitude Charcteristics — 

Rf Attenuator — Calibrated in 10 dB steps 

Accuracy — ±0.25 dB or 1.2% of dB reading; whichever is 

greater 

IF Gain — 

Range — 70 dB (80 dB when operating in 30 Hz resolution 
bandwidth) 

Step Accuracy — ± 1 dB per 10 dB step to ±2 dB max over 
entire range. 

GENERAL CHARACTERISTICS 

Noise Sidebands 70 dBc; 25 resolutions away. 

Sweep — Triggered manual, external. 

Sweep Time — 10 s/div to 1 *is/div in a 1-2-5 sequence. 
Accuracy — ±6% of selected time/div. 

Triggering Modes — INT, EXT. EXT in HORIZ/TRIG and 
LINE 

Sensitivity — ±0.5 div of internal signal (p-p) and/or ±0.5 V 
(p-p) of ext signal. 

INPUT SIGNAL CONNECTORS 

Rf Input — 

Maximum Input Power Level — ±30 dBm. 

Maximum Input Power Level to the Rf Attenuator 3* 10 dB — 

1 W average (including dc). 100 W peak simultaneously 
Input Impedance: 50 fl; vswr 1.35 max with 10 dB of rf 
attenuation 

External Horizontal/Trigger Input Connector — 

Input Voltage Range — Typically 0 V to 10 V for 10 div/ 
sweep. Typically 0.5 V (p-p) to trigger the sweep circuits. 40 V 
peak max. 

OUTPUT SIGNAL CONNECTORS 

CAL OUT 30 dBm. ±0.3 dB at 50 MHz. ±0.01%. 

1 st LO OUT and 2nd LO OUT — 

SWP OUT and Video Output — 

ENVIRONMENTAL CHARACTERISTICS 

The 7L14 meets its electrical characteristics over the environ- 
mental limits per MIL-T-28800 Type III. Class 6. Style E Instru- 
ments. The 7L14 is operable over the limits of a MIL-T-28800 
Class 5 Instrument The 7L14 is physically and electrically com- 
patible with all TEKTRONIX 7000 Senes Mainframes 
INCLUDED ACCESSORIES 

Spectrum Analyzer Graticule. Clear plastic implosion shield 
with LOG. LIN. REF, and f (frequency) direction markings. 337- 
1 439-01 for 7603 Oscilloscope and 337-1 1 59-02 for other 7000 
Series Oscilloscopes. Amber Light Filter: 378-0684-01 ; Light 
Filter: 378-0625-07; 50 12 Coaxial Cable, with BNC connectors 
6 ft: 012-0113-00; BNC Male to N Female Adapter: 103-0058- 
00 - 



ORDERING INFORMATION 

7L14 Spectrum Analyzer $16,900 

7603 Display Mainframe $2555 

7613 Variable Persistence Mainframe $4680 

MAINFRAME OPTIONS 

Option 06 Internal SA Graticule Add $50 

Option 08 Protective Front Cover Add $100 

Frequency Range to 2.5 GHz: ask about the 7L14 Mod 139U 
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1.5 GHz to 60 GHz 
PLUG-IN SPECTRUM ANALYZER 



7L18 



30 Hz Resolution to 12 GHz 

Microprocessor-aided 
Front Panel Controls 

Digital Display and Signal 
Processing (Max Hold, Save A, 
Split and Comparison Features, 
and Algebraic Addition) 

Calibrated Reference Level 
Includes Internal Preselector 

60 GHz with Optional Waveguide 
Mixers 

Preselected for Freedom from 
Spurious Responses 

80 dB Display Dynamic Range 

<10 Hz Residual FM 
(Fundamental Mixing) 

Fits all 7000 Series Mainframes 
including USM-281 C 




7L18 CHARACTERISTICS 

FREQUENCY RELATED 
Frequency Range — 1.5 GHz to 60 GHz 
Tuning Range — With internal mixer: 1.5 GHz to 18 GHz. 
With external mixer: 12.5 GHz to 60 GHz. 

Frequency Span — Per Division: 20 calibrated span widths 
from 200 Hz/div to 500 MHz/div in a 1-2-5 sequence Max 
span depends on mixing mode Span widths = N x 2 GHz 
where N is the mixing mode. Maximum span full screen is 8.5 
GHz with internal mixer (9.5 to 18 GHz band). Zero span: non- 
sweeping tunable receiver mode 

Tracking Preselector — Internal and automatic 1.5 to 18 
GHz. Rejection of harmonic mixing, image and multiple re- 
sponses -70 dB 



Frequency Bands — 




With internal mixer 


(N = mixing mode) 


1.5 GHz to 3.5 GHz 


N = 1- 


2.5 GHz to 4.5 GHz 


N = 1 + 


3.5 GHz to 7.5 GHz 


N = 2 — 


6.5 GHz to 12.5 GHz 


N = 3 + 


9.5 GHz to 18.0 GHz 


N = 5- 


With external mixer 


(N = mixing mode) 


12.5 GHz to 24.5 GHz 


N = 6 + 


14.5 GHz to 28.5 GHz 


N = 7 + 


16.5 GHz to 32.5 GHz 


N = 8 + 


18.5 GHz to 36.5 GHz 


N - 9+ 


20.5 GHz to 40.5 GHz 


N = 10 + 


30.5 GHz to 60 GHz 


N = 15+ 



Frequency Accuracy — Dial Accuracy: (5 MHz + 20% of fre- 
quency span/div) x N [typically (1 MHz )x N with degauss 
activated!. 

Span Accuracy — 5% over center 8 honzontal divisions (typi- 
cally 3%). 

Stability — Residual FM stabilized 10 Hz p-p x N (typically 2 
Hz p-p x N). 

Frequency Drift — Long term dnft: (at fixed center frequency 
after 2 hr warm up) Stabilized: 2 kHz hr x N. Unstabilized 50 
kHz/hr x N 

Setability — Within 1 MHz for 1.5 GHz to 18 GHz (after 2 hr 
warmup) Within 10 MHz with external mixers (after 2 hr 
warmup) 

Resolution — Bandwidth range Selectable 6 dB bandwidths 
from 30 Hz to 3 MHz in decade steps plus auto Shape factor 
4 1 . 60 dB to 6 dB points. 300 Hz to 3 MHz. 12:1. 60 dB to 6 
dB points. 30 Hz. Bandwidth accuracy: 6 dB points. 20%. 
Phase Noise Sidebands — When phase locked, for funda- 
mental (N = 1) conversion: -70 dBc mm at frequency offsets 
>20X resolution bandwidth settings 



Table 1 

Sensitivity and Frequency Response with Internal 

Mixers — (Average noise level specified for 300 Hz resolution 
bandwidth Frequency Response with 10 dB input attenuator 
setting.) 



Frequency 

Range 

(GHz) 


Mix- 

ing 

Mode 


Average 
Noise Level 
(dBm Max) 


‘Frequency Response 
Optimum Peaking 
(dB Max) 


1.5— 3.5 


1 - 


-119 


±1.5 


2.5— 4.5 


1 + 


-119 


±1.5 


3.5— 7.5 


2 - 


-109 


± 2.0 


6.5—12.5 


3 + 


-107 


±2.5 


9.5—18.0 


5- 


-92 


±3.0 



•Includes mixer frequency response. RF attenuator frequency 
response, internal preselector frequency response, mixing 
mode gam vanation. RF input vswr. 

Table 2 

Sensitivity and Frequency Response with External 

Mixers — (Average noise level specified for 3 kHz resolution 
bandwidth ) 



Frequency 

Range 

(GHz) 


Mixing 

Mode 


Average 
Noise Level 
(dBm Max) 


Frequency 
Response 
(dB Max) 


12.5—18.0 


6 + 


-85 


— 


“18.0—26.5 


7 + 


-90 


±3 


“26.5—40 


10 + 


-85 


±3 


“40—60 


15+ 


-75 


±3 



**High Performance Mixer Line. 

AMPLITUDE RELATED 
MEASUREMENT RANGE 

Log Reference Level — 110 dBm to -(-40 dBm (4-30 dBm 

max safe input level). 

Log Display Dynamic Range — 80 dB 

Linear — 8 divisions with calibrated reference levels 

RF Attenuation Range — 6 steps @ 10 dB/step 

IF Gain Range — 9 steps @ 10 dB/step - 20 dBm to - 1 10 

dBm (with zero RF attenuation) (-20 dBm is reduced noise 

position) 

Sensitivity and Frequency Response — See tables 1 and 2 
Amplitude Accuracy — 

IF gain variation with different resolution bandwidths (at 25°C). 
Log: ±0.5 dB 

Reference level variation due to band switching: ± 1.0 dB 
Display — Log 10 dB/div > 1.0 dB/10 dB to a max of 2.0 dB 
Log 2 dB/div: ±0.4 dB/2 dB to a max of 1.0 dB Linear 

± 10 %. 



IF Gam ±10 dB/10 dB. ± 2 dB max 
RF Attenuator: ± 0 3 dB/10 dB to a max of ± 0 7 dB 
Calibrator output Amplitude -30 dBm ±0 5 dB, frequency 
2 0 GHz ±0.01%. Absolute Calibration Accuracy 1.5 to 18 
GHz Overall accuracy is a function of measurement technique 
and includes the following parameters Amplitude calibrator 4 
band switching error 4 IF gam switching 4 RF attenuator 
switching 4 logging error + flatness 4 digital quantizing error 
(if digital storage is used) With appropriate technique, absolute 
accuracy of ± 2.5 dB is usually achievable (1.5 to 18 GHz). 

INPUT CHARACTERISTICS 
Input Impedance — 50 12 nominal (1.5 to 18 GHz). 

Connector — Type 'N* female 

Vswr — <1.35 for attenuator settings of >10 dB 

Maximum Input Level — 1 watt (4-30 dBm). 

Optimum Input Level — < —30 dBm with zero RF 
attenuation 

Input Compression Point — > -28 dBm from 1.5 to 18 
GHz. > -18 dBm from 1.8 to 18 GHz (both with zero RF 
attenuation ) 

LO. Emission 80 dBm. 1 .5 to 18 GHz (10 dB input atten- 

uator setting) 

SPURIOUS RESPONSES 

Residual — (No signal present at input) with input attenuation 
at 0 dB. < -110 dBm 

Intermodulation Distortion — Third order down 70 dB or more 
from any two full screen signals, when IF gam is not set to red 
zone (reduced noise position) 

Mixed — All harmonic mixing, image and multiple responses 
down 70 dBc to 18 GHz. 

DIGITAL STORAGE AND SIGNAL PROCESSING 
Multiple memory display storage (A & B memory) 

Save ’A". 

Digital display averaging 
Max hold 
B minus 'Save A* 

Disable for non-storage viewing. 

GENERAL 

Sweep Characteristics — 1 jis/div to 20 s/div in a 1. 2. 5 
sequence plus auto, manual, and external. Accuracy ± 5%. 
Triggering Modes — Internal, external, free run. single sweep 
Triggering source line, internal, external Sensitivity: 1 div inter- 
nal. 0.5 volt external (50 volts max). 

Frequency Range 15 Hz to 1 MHz 

Video Output — 500 mV ± 5%/div of display 

Pulse Stretcher — Enhances pulsed RF measurements 

Degauss — Improves frequency measurement accuracy 

X, Y Output — Front panel pin jacks 

Uncal Light — Provides indication of uncalibrated display 
amplitude 

Peaking — Optimizes sensitivity and frequency response 

INCLUDED ACCESSORIES 

1 Spectrum Analyzer Graticule 337-1439-01 . 1 Spectrum Ana- 
lyzer Graticule 337-1 1 59-02. 1 50 II coaxial cable. 10 in 012- 
0208-00. 1 Adapter, BNC female to N male 103-0045-00; Plug- 
in to Mainframe Securing Kit 016-0637-00 



ORDERING INFORMATION 

7L18 Spectrum Analyzer $17,500 

•7603 Oscilloscope 62555 

R7603 Oscilloscope (Rackmount) $2955 

Option 06 Internal S A Graticule .......... ............. Add $50 

Option 08 Protective Front Cover 

(Cabinet Only) Add $100 

•Suggested Mainframe 7603 Option 08/Option 06 for maxi- 
mum transportability. Has protective front cover (Option 08) 
and Spectrum Analyzer Graticule (Option 06) See 7000 Series 
pages for oscilloscope specifications and options 



OPTIONAL ACCESSORIES 
General Purpose Waveguide Mixers 

Set 016-0640-00 $660 

Mixer 1 19-0097-01 12 4 to 18 GHz $145 

Mixer 1 19-0098-01 18 to 26 5 GHz $180 

Mixer 119-0099-01 26 5 to 40 GHz $220 

Cable 012-0748-00 $20 

Case 004-1851 -00 $35 

High Performance Waveguide Mixers 

Set WM 490 3 $3260 

Mixer WM 490 K 18 to 26.5 GHz $975 

Mixer WM 490 A 26 5 to 40 GHz $975 

Mixer WM 490 U 40 to 60 GHz $1250 

Cable 012-0649-00 $25 

Case 004-1651-00 $35 



TdL/ 20 Hz to 5 MHz 
I Llf\ PLUG-IN SPECTRUM ANALYZER 



7L5 



Three-Knob Operation 

Synthesizer Stability for Six-Digit Accuracy 
of Center Frequency Setting 

Improved Digital Storage and Averaging 

Reference Level Selection in 1 dB Steps 

Absolute Calibration in dBm, dBV or 
Volts/Div 

Tracking Generator Option for Swept 
Component Measurements 

Changeable Input Impedance 
Modules to Accommodate any 
Impedance Requirement 

Wide Dynamic Range and 
Nanovolt Sensitivity 

Preset Reference Level and Dot Frequency 
for Extra Input Protection 

CRT Readout of all Major Parameters 

B Minus ’’Save A” Feature 



The 7L5 is an audio/baseband spectrum analyzer 
plug-in that provides exceptional frequency accu- 
racy and operator convenience through a combi- 
nation of frequency synthesizer and digital 
technology 

The center frequency can be set with six digit 
accuracy immediately after turn-on A built-in 
micro-computer decodes control settings, pro- 
cesses frequency span and reference level infor- 
mation and optimizes sweep time and resolution 
for the span chosen. 




To accommodate a wide variety of user prefer- 
ences, the 7L5 uses changeable plug-in input 
modules providing a variety of input impedances 
such as 50, 75, 600, or 1 meg-ohm The built-in 
computer automatically adjusts the calibrator to 
provide the correct reference level for the imped- 
ance chosen 




Changeable modules permit the 7L5 user to adapt to new 
measurement requirements. Modules now available are the 
probe compatible L3 and L3~ 1. The L3 offers selectable internal 
50 it, 1 Mil, or 600 il impedance, while the L3-1 offers 75 if, 1 
Mi/ or 600 if. The module you select calibrates displays for the 
impedance in use. 




7L5 Option 25 Spectrum Analyzer with L3 Plug-m Module in a 7603 Option 06 Mainframe with internal spectrum analyzer graticule 



Digital storage, in addition to providing clean, 
easy-to-interpret displays, also makes such spe- 
cial functions as digital averaging and peak de- 
tection possible. The display is stored 
electronically and updated during each sweep 
Two complete displays can be held in memory for 
comparison. A max hold function stores the maxi- 
mum signal level over long periods of time to 
measure amplitude and frequency drift. 

CRT readout displays the center frequency, refer- 
ence level, resolution bandwidth, dB per division 
and frequency span. 

The B minus "Save A" feature provides algebraic 
subtraction of two traces, so that changes in 
multi-signal spectra can be monitored 

7L5 CHARACTERISTICS 

The following characteristics and features apply to the 7L5 
Spectrum Analyzer and its options. They are applicable over 
the environmental specification criteria for the 7000 Series 
Mainframes 



FREQUENCY CHARACTERISTICS 

Range — Input frequency range is 20 Hz through 5.0 MHz 
Dot frequency range is 0 Hz through 4999.75 kHz tuned in 250 
Hz steps Dot accuracy 0°C to 50 °C ±(20 Hz + 10* 5 of dot 
frequency); 20°C to 30°C ±(5 Hz + 2X 10-* of dot frequency). 
Drift — Frequency drift is ^5 Hz/hour. 

Residual Incidental Fm — Residual fm is <1 Hz (p-p) for 
frequency spans of 50 Hz/div to 2 kHz/div. Residual fm is *£40 
Hz (p-p) for frequency spans of 5 kHz/div to 500 kHz/div. 
Resolution Bandwidth — 8 resolution bandwidths range from 
30 kHz to 10 Hz. COUPLED switch position electromcaily cou- 
ples resolution to span/div selection so that both are controlled 
by the same knob Bandwidth accuracy @ 6 dB down is within 
20% of selected resolution Shape factor (60; 6 dB ratio) is 10. 1 
or better for 10 Hz to 1 kHz and 5:1 or better from 3 kHz to 30 
kHz. Amplitude change between resolution bandwidths is <0.5 
dB for 30 kHz to 100 Hz and *s2.0 dB for 30 kHz to 10 Hz. 

SWEEP CHARACTERISTICS 

Frequency Span — Provides calibrated frequency spans from 
50 Hz/div to max (500 kHz/div) within 4% in 1-2-5 sequence 
Horizontal lineanty is within 4% over the entire 10 div display. 
A 0-Hz/div position is provided for time domain operation. 
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20 Hz to 5 MHz 
PLUG-IN SPECTRUM ANALYZER 



CHARACTERISTICS WITH PLUG-IN INPUT IMPEDANCE MODULE 



L3 L3-1 



INPUT CHARACTERISTICS 
Input Impedance — 


50 ft. 600 ft 75 ft. 600 ft 

1 Mft/28 pF 1 Mft/28 pF 


Input Power — Max input power for reference levels: 

above 0 dBm 
below 0 dBm 


+ 21 dBm 
+ 21 dBm 

100 V (peak AC + DC) @ 1 Mft input z 


AMPLITUDE CHARACTERISTICS 

Residual Response — Internally generated spurious 
signals (referred to input). 


— 143 dBV or less 
— 138 dBV for calibrator 
and harmonics 


Sensitivity — Equivalent input noise for each resolution 
bandwidth setting is measured in VIDEO AVERAGE 
mode with 10 s/div sweep rate and INPUT BUFFER 
control off. Equivalent input noise for resolution band- 
width of: 

10 Hz 
30 Hz 
100 Hz 
300 Hz 
1 kHz 
3 kHz 
10 kHz 
30 kHz 

Sensitivity is further degraded 8 dB with INPUT BUF- 
FER on. Noise level increases approx 10 dB operating 
in VIDEO PEAK mode. 


50 ft 1 Mft 

*(equal to or better than) *(equal to or better than) 

-135 dBm -148 dBV 

-133 dBm -146 dBV 

-130 dBm -143 dBV 

-125 dBm -138 dBV 

-120 dBm -133 dBV 

-115 dBm -128 dBV 

-110 dBm -123 dBV 

-105 dBm -118 dBV 


Intermodulation Distortion — Within any frequency 
span, intermodulation products for two, on screen, 
signals 

of any input level: 3rd order products 

2nd order products 
of any input level up to 2nd and 3rd order 

-53 dBV/ — 40 dBm (50 ft): products 

of any input level with 2nd and 3rd order 

INPUT BUFFER on: products 


at least 75 dB down 
at least 72 dB down 
at least 80 dB down 

at least 80 dB down 


Display Flatness — Peak-to-peak display variation over 
any frequency span. 


0.5 dB max 
(25 Hz to 5 MHz) 
0.75 dB max 
(20 Hz to 5 MHz) 
(Add 0.5% quantization 
error in digital storage) 


On-screen Dynamic Range — 


80 dB (full 8 div) 


Reference Level** — In LOG mode, reference level 
refers to top horizontal graticule line. Calibrated in dB 
steps. 

Range — LOG 10 dB/div mode 

LOG 2 dB/div mode 
LIN mode 


1 dB and 10 dB steps 

-70 dBm to +21 -83 dBV to +8 

dBm (50 ft) dBV (1 Mft) 

-128 dBm to +21 -141 dBV to +8 

dBm (50 ft) dBV (1 Mft) 

20 nV/div to 200 mV/div in a 
1-2-5 sequence 


Accuracy — When calibrated @ —40 dBV in LOG mode. 


Within 0.2 dB/dB, to max of 0.25 dB/10 dB change in 
reference level 


Display Dynamic Range Accuracy — 

LOG 10 dB/div mode 
LOG 2 dB/div mode 
LIN mode 


0.05 dB per dB to 2 dB max for 80 dB full screen. 
0.1 dB per dB to 1 dB max for 16 dB full screen 
±5% 



•Note: dBm = dBV —10 Log Z + 30 where Z = impedance 
Example: dBV = (dBm (600 ft — 2.22] 



••Note: A > sign is displayed by the reference level readout when the reference level is not calibrated and the 
UNCAL light is on. A < sign is displayed when the reference variable is out of its detent. 



Sweep Rate — Time per div is selectable from 10 s/div to 0.1 
ms/div in 1-2-5 sequence An AUTO position permits automatic 
selection of optimum time/div depending on resolution and 
span/div settings 

Sweep rate accuracy is within 5% of the rate selected 
Triggering — Provides two triggering sources. INT (internal) 
and LINE, in addition to a FREE-RUN position. 

When INT is selected, ac coupled signal components from the 
mainframe trigger source (left or right vertical amplifiers) are 
used 

When LINE is selected, ac coupled sample of mainframe ac line 
voltage is used 

Three triggering modes are NORM (normal). SGL 
SWP/READY (single sweep), and MNL SWEEP (manual 
sweep) 

Trigger level is >1.0 div of internal signal for both NORM and 
SGL SWP modes over the approximate frequency range of 30 
Hz to 500 kHz 

OUTPUT CONNECTORS 

Video Out — Front-panel pin |ack connector supplies the video 
(vertical) output signal at an amplitude of 50 mV/div ±5% 
(about the CRT vertical center) with source impedance of 1 kit. 
(Analog signal prior to digitization for storage). 



Horiz Out — A front-panel pin jack connector supplies horizon- 
tal output signal (negative-going sawtooth that varies from 
about 0 to about 6 V dc with a source impedance of 5 kit). 
Calibrator — Front-panel BNC connector supplies a calibrated 
500 kHz squarewave output signal (derived from the analyzer s 
time base) Output amplitude is within ± 0.15 dB of - 40 dBV 
into the piug-in impedance. 

OPTION 25 TRACKING GENERATOR 
CHARACTERISTICS 
Frequency Range — 20 Hz to 5 0 MHz 
Output Impedance — 50 it. 75 it. or 600 it selected by a front 
panel switch 

Amplitude — The output level is calibrated in dBm or dBV and 
selectable in 10 dB or 1 dB steps A vernier provides continu- 
ous variation between calibrated steps 

Range — 

50 it. 0 dBm to 63 dBm 
75 it. 6 dBm to - 69 dBm 
600 it 17 dBm to 80 dBm 



Accuracy — (Max Output calibrated at 500 kHz) 

50 it. 0 dBm ± 0 25 dB 

75 it. 6 dBm + 0 4. -0 2 dB 

600 it - 17 dBm +0.5. -0.1 dB 

Attenuator — 

Range 0 to 63 dB in 10 dB or 1 dB steps 

Accuracy Within 0 2 dB/dB to a max of 0 25 dB/10 dB 

absolute 

Flatness — 

50 it and 75 it Within 0.5 dB p-p 

600 it Within 1.0 dB p-p 

Total System Flatness (7L5 with Option 25) 

50 it and 75 if: Within 1 0 dB p-p. 

600 it Within 1.25 dB p-p 

Dynamic Range (7L5 with Option 25) — >1 10 dB 
Residual FM (p-p) — 

Spans to 2 kHz/div: 2 Hz (7L5 with Option 25). 

Spans 5 kHz/div or greater 40 Hz (7L5 with Option 25) 
Stability — 25 Hz/5 minutes after 10 minute warm-up decreas- 
ing to 25 Hz/hr max after 1 hr. 

Spurious Suppression. 10 Hz to 5.0 MHz (harmonic 

and non-harmonic) — 40 dB or more with respect to the 

carrier 

Auxiliary Output — *200 mV RMS into 50 it. 



ORDERING INFORMATION 



7L5 Spectrum Analyzer $9100 

(Spectrum Analyzer requires L Plug-in Module ) 

Option 25 with Tracking Generator Add $1450 



For a separate tracking generator. (One- wide field modification 
to be attached to an existing 7L5) Order 040-0810-00 $1500 
Included Accessories — Graticule. Spectrum Analyzer 337- 
1159-00 (7000 Series), and 337-1439-01 (7603) Filter, light 
blue 378-0684-00 

L3 Plug-in Module (1 Mft, 50 ft, 600 ft) $1500 



Option 01 (1 Mil, 75 Q. 600 it) No Charge 

f7603 Oscilloscope $2555 

fR7603 Oscilloscope (Rackmount) $2955 

Option 06 Internal S A Graticule Add $50 

Option 08 Protective Front Cover (Cabinet 

Only) .. Add $100 

f7704A Oscilloscope $3995 

fR7704 Oscilloscope $6665 



t Suggested Mainframe See 7000 Series pages for oscillo- 
scope specifications and options 



OPTIONAL ACCESSORIES 

Tracking Generator, one-wide field modification kit, to 



be attached to an existing 7L5 040-0810-00 $1500 

2701 50 Q Step Attenuator — $575 

2703 75 Q Step Attenuator — $600 

75 Q to 50 it Min Loss Attenuator (Ac Coupled) 

011-0112-00 $60 

P6105 10X Probe. (2m) 010-6105-03 . — $95 

BALANCED INPUT TRANSFORMER 



Frequency Range — 50 kHz to 3 MHz. usable from 10 kHz to 
20 MHz 

Flatness — 0.25 dB p-p maximum (50 kHz to 3 MHz) including 
nominal 0 1 dB insertion loss 

Common-Mode Rejection — 25 dB minimum (50 kHz to 3 
MHz). 

Output Termination — Switchable between 124 it. 135 it. and 
NONE for bridging or external termination 
Connectors — WECO (0.37 in with 0.090 center) on 0.625 in 
spacing for balanced input BNC for single-ended output. 

Balanced Input Transformer 013-0182-00 $270 

Limited quantities in the LI and L2 are still available. Call 
your nearest Spectrum Analyzer Sales Engineer for 
information. 
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TdL/ 100 kHz to 1800 MHz 
I Cr\ PLUG-IN SPECTRUM ANALYZER 



7000 

SERIES 



7L12 



100 kHz to 1800 MHz in One Display 
Fully Calibrated Displays 
300 Hz to 3 MHz Resolution 
4:1 Resolution Bandwidth Shape Factor 
70 dB On-screen Dynamic Range 
IM Distortion 70 dB below Full Screen 
Spurious Free Operation 
Automatic Phase Lock 
— 115 dBm Sensitivity 



7L 12 with 016-0155-00 Blank Panel in 7613 Option 06 Variable Persistence Mainframe with internal spectrum analyzer graticule 



The 7L12 Spectrum Analyzer is a modern, high- 
performance, swept front-end type of analyzer 
covering the frequency range up to 1 8 GHz The 
unit employs phase lock stability and an ample 
selection of resolution bandwidths in an economi- 
cal field or laboratory instrument 

The unit has a 3 MHz resolution mode for accu- 
rate measurement of pulse phenomena; the zero- 
span mode may be used to present a demodulat- 
ed display of a signal for time domain 
measurements A 4 1 resolution bandwidth shape 
filter introduced by Tektronix permits close-in 
measurements not possible with conventional fil- 
ters Noise measurements are also easily made 
due to the high sensitivity, video filters, and 
equivalent resolution and noise power bandwidth 
of the instrument. 

The 7L12 fills two holes in any 3- or 4-hole 7000 
Series Mainframe and features a complete time 
base so that other oscilloscope or time domain 
plug-ins may be used simultaneously As with all 
7000 Series Plug-ins, CRT READOUT will display 
the major parameters For the 7L12, these in- 
clude; reference level, dB/div, frequency span 
and resolution 

7L12 CHARACTERISTICS 

FREQUENCY CHARACTERISTICS 

Range — 100 kHz to 18 GHz (Usable below 100 kHz with 
degraded performance.) 

Resolution Bandwidth — Resolution bandwidth selections 
from 300 Hz to 3 MHz Shape factor 60 dB to 6 dB is 4 1 or 
better 

Stability — Within 50 kHz. after 2 hour warm-up. over a one 
hour period at a fixed temperature when phase locked. Within 
100 kHz. when not phase locked, over a 1 hr period, at a fixed 
temperature 

Incidental Fm — 200 Hz (p-p) max when phase locked. 20 kHz 
(p-p) when not phase locked 

AMPLITUDE CHARACTERISTICS 

Reference Level Range — Calibrated levels in decade steps 
from 100 dBm to +30 dBm. within ± 2 dB 
Log 10 dB/div: 

70 dB dynamic range Accuracy ±0.1 dB/dB to a max of 1.5 
dB 

Log 2 dB/div: 

14 dB dynamic range Accuracy ± 0.4 dB/2 dB to a max of 1 .0 
dB 

Linear 

— Provides a linear display, within 10%. 

Cw Sensitivity — (Signal + noise = twice noise in LIN mode). 

115 dBm at 300 Hz, 108 dBm at 3 kHz. - 100 dBm at 30 
kHz. -90 dBm at 0.3 MHz. -80 dBm at 3 MHz. Sensitivity 
may decrease 2 dB at 1 7 GHz and 4 dB at 1 .8 GHz. 

Flatness — ± 1 .5 dB over any frequency span. 



Spurious Responses — 

Residual — (No signal present at input) with input attenuation 
at 0 dB. 100 dBm 

Intermodulation Distortion — Third order down 70 dB or more 
from two 30 dBm signals within any frequency span Second 
order down 70 dB or more from two 40 dBm signals 

Mixed — All image, harmonic related, and out-of-band mixing 
responses are ,"70 dB down from a level of 30 dBm to the 
input mixer (0 dB input attenuation). 

Dynamic Range — 70 dB The VARIABLE control provides 
gam adjustment between any two 10 dB steps 

INPUT CHARACTERISTICS 
Impedance — 50 U. nominal 

SWEEP CHARACTERISTICS 

Frequency Span — 500 Hz/div to 100 MHz/div A MAX SPAN 
position provides = 1.8 GHz (180 MHz/div of span), and a 0 
position provides fixed frequency operation for time domain 
display 

Sweep Modes and Rate — 10 ms/div to 1 *is/div. 

Triggering — Trigger signal source can be external, internal, 
or line voltage 

OUTPUT CONNECTIONS 
Calibrator — 50 MHz comb. - 30 dBm at 50 it. 

Vert Out — = 2 V full screen 

Horiz In — For use with chart recorder 

1 at LO — For use with tracking generator or 1 405 Sideband 

Adapter 

2nd LO — For use with tracking generator 



INCLUDED ACCESSORIES 

Spectrum Analyzer Graticule. Clear plastic implosion shield 
with LOG. LIN. REF. and f (frequency) direction markings 337- 
1439-01 for 7403N and 7603 Oscilloscopes and 337-1159-02 
for other 7000 Series Oscilloscopes. Amber Light Filter: 378- 
0684-01. Light Filter 378-0625-07, 50 it. Coaxial Cable, with 
BNC connectors. 6 foot 012-0113-00 BNC Male to N Female 
Adapter 103-0058-00 



ORDERING INFORMATION 



7L12 Spectrum Analyzer $9350 

7603 Mainframe $2555 

Option 06 Internal SA Graticule Add $50 

Option 08 Protective Front Cover Add $100 

Option 77 P7 Phosphor and Internal 

S A Graticule Add $35 

7613 Variable Persistence 

Mainframe $4680 

Option 06 Internal S A Graticule Add $50 

Option 08 Protective Front Cover Add $100 

7K1 1 CATV Preamplifier $1000 



Extended Frequency Range to 2.5 GHz Ask about the modi- 
fied 7L12. 
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TPl/ 5000 

I LUX SERIES 



20 Hz to 100 kHz 
PLUG-IN SPECTRUM ANALYZER 



5L4N 



20 Hz to 100 kHz 



Selectable Impedance 

Calibrated Appropriate to 
Impedance Selected 

Single-Ended Input 

Differential (Balanced) Input 

On Screen Dynamic Range 
80 dB (Full 8 div) 

Intermod >70 dB Down 



Resolution Bandwidth 10 Hz 
to 3 kHz 



Auto Resolution 



Built-in Tracking Generator 
20 Hz to 20 kHz Log Sweep* 



5L4N Spectrum Analyzer with 01 6-0452-00 
Blank Plug-m Panel in a 5111 Storage 
Oscilloscope 




The 5L4N is a 20 Hz to 100 kHz spectrum 
analyzer that offers both high performance and 
economy The analyzer features selectable input 
impedances, 80 dB of dynamic range and a built- 
in tracking generator. 

This spectrum analyzer is especially suited for 
noise and distortion studies in the audio range 
and comes equipped for 20 Hz to 20 kHz log 
sweeps 

Many educators prefer this economical analyzer 
to teach frequency-related theory and demon- 
strate practical application in the areas of 
speech, sound, music, vibration, audio, broad- 
casting and many others 

5L4N Spectrum Analyzers can be used with any 
5100 Series Mainframe Only two compartments 
are occupied by the anaylzer so that, with the 
addition of a vertical plug-in, basic oscilloscope 
functions may be obtained We recommend the 
use of a 51 1 1 Storage Oscilloscope for maximum 
utilization of the analyzer 

*100 Hz lo 100 kHz also available 

FREQUENCY CHARACTERISTICS 

Range — 20 Hz to 100 kHz Accuracy ± 3 kHz (fine tune con- 
trol midrange and span/div calibrated for 10 kHz). 

Resolution Bandwidth — The resolution bandwidth is continu- 
ously variable from 3 kHz to 10 Hz An AUTO mode provides 
the best resolution for the frequency scan and sweep rate se- 
lected Signal level change over the resolution bandwidth range 
is 2 dB or less Line frequency modulation of 50 Hz or more can 
be resolved up to 70 dB below the signal level In the log sweep 



mode the resolution bandwidth changes with frequency giving 
an effect similar to octave bandwidth sweeps 
Stability — Within 30 Hz over a 10 mm period, at a fixed ambi- 
ent temperature 

Incidental Fm — 2 Hz (p-p) or less 

AMPLITUDE CHARACTERISTICS 
Reference Level Range — 

Log 10 dB/div 

from - 10 dBm dBV to - 70 dBm/dBV. within 0 4 dB/10 db to 
max of 1 dB at -70 dBm/dBV 
Log 2 dB/div 

from - 10 dBm dBV to - 130 dBm/dBV within 0 4 dB/10 dB to 
max of 1 dB at 70 dBm/dBV and 3 dB at 130 dBm/dBV 
Linear 

from 50 mV/div to 20 nV/div within 5% decade 
Cw Sensitivity (Signal Level + Noise = 2X Noise) — The 
following characteristics are applicable with the input internally 
terminated, or with a 600 If or less source impedance 



Resolution Bandwidth 



Display Mode 


3 kHz 


10 Hz 


dBV 


-123 dBV 


-147 dBV 


dBm 50 17 


— 110 dBm 


-134 dBm 


dBm 600 12 


-121 dBm 


-145 dBm 


LINEAR 


680 nV 


45 nV 



Flatness (20 Hz- 100 kHz) — Flatness remains within ±0.2 
dB. over any selected frequency span, with respect to the level 
of -40 dBV signal at 5 kHz Intermodulation Distortion— with 
two signals, within any frequency span, that are less than or 
equal to the reference level 

- 1 0 dBm/dBV > 70 dB down 

< 20dBm/dBv >75 dB down 

Internal Spurious Signals — Equal to or <-130 dBm/dBV 
referred to the input. Line related spurn <-120 dBm/dBV. 



Display Dynamic Range — 80 dB (8 div) 

INPUT CHARACTERISTICS 

Selectable Impedance — 1 Mil/47 pF or 600 if or 50 11 (sin- 
gle-ended or differential) 

Differential Input Characteristics — Full screen limit is * 300 
mV to 400 mV Common-mode rejection ratio is 70 dB or more 
Single-Ended Input Characteristics — Max signal input for 
linear operation - 10 dBm/dBV or 0.316 V RMS 

SWEEP CHARACTERISTICS 

Linear Frequency Span — 20 Hz/div to 10 kHz/div. 1-2-5 se- 
quence 4% accuracy 

Log Frequency Span — 100 Hz to 100 kHz internally repro- 
grammable from 20 Hz to 20 kHz 

Zero Frequency Span — Analyzer operates as a fixed tuned 
receiver for time-domain displays 

Internal Sweep Sources — Time base 1 s/div to 1 ms/div 
(increased up to XI 0 with multiplier) 

Triggering — Internal at least 0 1 div. External at least 250 
mV Slope and level selection are provided Auto Trigger pro- 
vides a sweep baseline when a trigger signal is absent Single 
sweep provided 
Manual Sweep — Provided 

External Sweep — Requires 0 V to 500 mV ± 50 mV, from a 1 
kil or less source to sweep the full span 

OUTPUT CONNECTIONS 

Tracking Generator — 600 il source Calibrated output level is 
- 40 dBV ±0.2 dB (10 mV) open circuit, or 46 dBV when 
terminated into 600 fl. Output level can be varied from % 0 001 
V to 0 1 V open circuit 

5 kHz Freq Comb — 600 il source of 5 kHz ± 0.005°o markers 
for span calibration 

Video Out — Provides 250 mV ± 5% of video signal per dis- 
play div (0 V to 2 V) Source impedance is about 1 0 kil. 

Ext In/Out — Provides 500 mV 1 25 mV. per div of span from 
0 to 5 V. when using internal or manual sweep 

INCLUDED ACCESSORIES 

013-0156-00 Adapter Floating BNC to Dual BNC 175-1178- 
00 BNC to Pin Jack Adapter Cable 331-0429-00 Log Graticule 
(20 Hz-20 kHz) 



ORDERING INFORMATION 
5L4N Spectrum Analyzer $4720 

We recommend that the Plug-in 5L4N be ordered with a stor- 
age mainframe 

5111 Storage Oscilloscope 

(Cabinet) $2100 

Option 02 Protective Front Cover Add $25 

R51 1 1 Storage Oscilloscope 
(Rackmount) $2150 



OPTIONAL PLUG-INS FOR TIME DOMAIN USE 

5A1SN Single Trace Amplifier $300 

5B 10N Time Base Amplifier $460 

OPTIONAL ACCESSORIES 

010-0160-00 10X Probe P6006 (6 ft.) $80 

016-0452-00 Blank Plug-in Panel $15 

2701 Step Attenuator (50 12) $575 




600 il Attenuator, 51 dB in 1 dB steps 
01 1-0093-00 



$295 



TdlZ 100 kHz to 1800 MHz 
I Llr\ TRACKING GENERATORS 




For swept frequency tests and precise frequency measurements, the TR 502 Tracking 
Generator may be used with a DC 508A Option 07 Digital Counter, in a TM 503 Option 07 
Power Module, with a 7L 14 Spectrum Analyzer in 7603 Option 06 Mainframe 




TR 503 Tracking Generating used with a DC 508A Option 01 Digital Counter, in a TM 503 
Power Module, with a 492 Spectrum Analyzer 



TR 502/TR 503 



TR 502 Has Automatic Counter Dot Marker 
When Used with DC 508A Option 07 and 
7L1 4 



The TR 502 works with the 7L12 and 7L14 and the 
TR 503 works with the 492 / 492P/or 496/496P 
Spectrum Analyzers to provide constant level, 
calibrated rf sources for swept frequency tests to 
1800 MHz 

When used as a cw source, with the analyzer in a 
manual mode, these systems have excellent sta- 
bility This stability enhances the narrow 
bandwidth measurement capability of the 
analyzer/tracking generator combination 



The tracking generators are two-wide units com- 
patible with the TM 500 Modular Instrument 
Series 

The TR 502/TR 503 AUX RF OUTPUT may be 
used to drive a frequency counter Frequencies 
up to 1800 MHz may be measured accurately in 
the presence of high level adjacent signals to the 
sensitivity limits of the analyzer 

The tracking generator sweep rates are con- 
trolled with the spectrum analyzer, and the output 
level is controlled from the tracking generator. 
The output frequency of the tracking generator is 
the same as the frequency of the analyzer at any 
instant of the sweep 




OUTPUT CONNECTORS 

Rf Out — 50 0 nominal impedance, vswr 2:1 or less 
Aux Rf Out — For use with frequency counter 
Included accessories TR 502 — Two 50 if coaxial cables 
(012-0649-00). logic interface cable. (012-0648-00). adapter N 
male to BNC female (103-0045-00) Adapter 3mm male to BNC 
female (015-1018-00). retainer plug-in (343-0604-00) 

Included accessories TR 503 — Two 50 it coaxial cables. 
28.5 in (012-0649-00) Adapter. N male to BNC female (103- 
0045-00). Retainer Plug-in 343-0604-01 



ORDERING INFORMATION 



TR 502 Tracking Generator $6300 

Suggestsd Complementary Items 

TM 503 Option 07 Power Module $310 

DC 508 A Option 07 Digital Counter $1825 

Blank Panel 016-0195-03 $21 

10 dB, 3 mm attenuator 307-0553-00 

(used in the 2nd LO input line to improve 

TR 502/7L12 isolation) $30 

TR 503 Tracking Generator $6300 

Suggested Complementary Items 

TM 503 Power Module $285 

DC 508 A Option 01 Digital Counter Add $1775 

Blank Panel 016-0195-03 $21 



CHARACTERISTICS 





TR503/492/492P 

496/496P 


TR502/7L14 


TR502/7L12 


Freq. Range 


100 kHz -1.8 GHz 


100 kHz -1.8 GHz 


100 kHz -1.8 GHz 


Output Level 


(Max) 0 dBm ±0.5 dB 


0 dBm ±0.5 dB 


0 dBm ±0.5 dB 


Range 


0 to -59 dB in 10 dB 
and 1 dB steps 


0 to -59 dB in 10 dB 
and 1 dB steps 


0 to —59 dB in 
10 dB and 1 dB steps 


Flatness 


Within ±2.25 dB Max 
from 100 kHz to 1 .8 GHz 
(Typically ±1.5 dB) 


Within ±2 dB max 
from 100 kHz to 1 .8 GHz 
(Typically ±1.5 dB) 


Within ±3.0 dB max 
from 100 kHz to 1.8 GHz 
(Typically ±2.0 dB) 


Dynamic Range 


>110 dB 


>110 dB 


>100 dB 


Residual FM 


50 Hz p-p 


10 Hz p-p 


200 Hz p-p 


Output 

Impedance 


50 n Nominal. VSWR 2:1 
or less to 1.8 GHz 


50 fl nominal. VSWR 2:1 
or less to 1.8 GHz 


50 Q nominal. VSWR 2:1 
or less to 1 8 GHz 


Auxiliary 

Output 


0.1 V RMS into 50 Cl 
Load 


0.1 V RMS into 50 Cl 
Load 


0.1 V RMS into 50 Cl 
Load 


Spurious 

Output 


Harmonic 20 dBc 
Non Harmonic 40 dBc 


Harmonic 20 dBc 
Non Harmonic 40 dBc 


Harmonic 20 dBc 
Non Harmonic 40 dBc 
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TEK 



TV SIDEBAND ADAPTER 
CATV PREAMPLIFIER AND ATTENUATORS 





1405 7L 12 TV Sideband Analyzer System. 



1405 TV Sideband Adapter 



Response of Transmitter Under Test Within 
±0.2 dB 



Frequency Response of Rf and If Circuits for 
Transmitters with Frequency to 1 GHz 

Video Circuits Can Be Swept 

For In-service Testing, Use of External 
Blanking Allows Either Full-field or Single- 
line Operation 

Check Aural Fm Deviation with Built-in Bes- 
sel Null Technique 

Flexible Marker System Will Accept Stan- 
dard Crystals 



To analyze the sideband response of a television 
transmitter, the 1405 Sideband Adapter is used 
with a spectrum analyzer, such as the 7L12 or 
7L14 The 1405 generates a composite video 
signal, the "picture" portion of which is a con- 
stant-amplitude sinusoidal signal that sweeps 15- 
0-15 MHz This signal is applied as modulation to 
a television transmitter; the output is then dis- 
played on the spectrum analyzer, and appears as 
the response curve of the transmitter under test 
The 1405' Spectrum Analyzer combination will dis- 
play the frequency response characteristics of rf 
and if circuits for transmitters with frequencies to 
1 GHz Video circuits (zero frequency offset) can 
also be analyzed 

Complete specifications and prices are available 
in the Television Products Catalog 



ORDERING INFORMATION 
1405 TV Sideband Adapter 



525/60 Markers) $5000 

Option 01 TV Sideband 

Adapter (625/50 Markers) Add $200 



OPTIONAL ACCESSORIES 

Rackmount-conversion kit for mounting 1405 or 1405 
Option 01 in std. 19 in rack 016-0489-00 $285 



2701, 2703 Step Attenuators 

The 2701 and 2703 Step Attenuators are laborato- 
ry quality, bench top instruments for attenuation 
of large value radio frequency signals The 2701 
50 12 Attenuator is particularly useful in making 
receiver sensitivity and distortion measurements 
The range of attenuation is 0 to 79 dB, selected in 
1 dB steps with tens and units cam switches. A 
front-panel switch selects DC. AC. or DC TERM (a 
50 12 precision termination) 

The 2703 75 12 Step Attenuator is tailored for tele- 
vision. CATV, telephone and radio applications A 
front panel switch extends the range to 109 dB, 
making the attenuator an ideal accessory for 
wide-range measurements such as cross modula- 
tion. signal-to-noise and receiver sensitivity A dc 
block has been incorporated for both rear-panel 
ports to protect the attenuator against accidental 
burnout from high dc offsets or ac power on cen- 
ter conductors 

The board assemblies and thick-film hybrid at- 
tenuation chips used in both instruments are 
mounted in a sturdy metal housing, solid top and 
bottom plates provide excellent mechanical and 
electrical stability The two cam switches which 
select individual chips operate through gold-plat- 
ed switch contacts Held on a four-layer circuit 
board with spring clips, the chip substrates can 
be replaced easily in the field. 

The attenuators may be used for frequencies up 
to 2 GHz. with slight degradation of the attenu- 
ation accuracy and vswr characteristics specified 
at 1 GHz 



ORDERING INFORMATION 



2701 50 12 Step Attenuator $575 

2703 75 12 Step Attenuator $600 



- 7KT1 ■ ■ - - 

7K1 1 CATV Preamplifier 

This plug-in preamplifier is designed for spectrum 
analyzer applications where extra sensitivity is re- 
quired This amplifier is tailored to the CATV and 
field intensity measurement markets, providing a 
75 12 input impedance and calibration in dBmV 
The low noise figure makes the preamplifier well- 
suited for signal-to-noise and low-level radiation 
measurements 

CHARACTERISTICS 

(with 7L12 and 7L14) 

Frequency Range — 30 MHz to 890 MHz 
Display Flatness — ±10 dB. with respect to the level at 50 
MHz over the frequency range of 50 MHz to 300 MHz. increas- 
ing to + 2.0 dB. -2.5 dB over the full frequency range 
Sensitivity — Signal + noise - 2X noise, in LIN mode at 50 
MHz 90 dBmV at 30 Hz. 80 dBmV at 300 Hz. - 73 dBmV 
at 3 kHz. 65 dBmV at 30 kHz. - 55 dBmV at 300 kHz. - 45 
dBmV at 3 MHz Noise figure is no >5 dB 
Intermodulation Distortion (with 7L12 or 7L14) — Imd pro- 
ducts and harmonics from two signals within the frequency 
range are 70 dB or more down from the reference level for: 
third order intermodulation with two signals at the reference 
level (full screen). 

Reference Level — Calibrated level in 1 dB steps from + 79 
dBmV to 0 dBmV Accuracy is referenced to the ±30 dBmV 
calibrator at 50 MHz 

Input Impedance — 75 it. 

Calibrator — 50 MHz ± 0 01% with an absolute amplitude lev- 
el of ♦ 30 dBmV ± 0.3 dB. from 75 if. 

Accessories — BNC to BNC 50 if Cable. 5.5 in 012-0057-01 ; 
BNC to F Adapter 013-0126-00. BNC to BNC 75 if Cable. 42 
in 012-0074-00 

Order 7K 11 CATV Preamplifier $1000 



A limited quantity of the SW 503 Option 01 is still available. 
Call your nearest Spectrum Analyzer Sales Engineer for 
information. 



STEP ATTENUATOR CHARACTERISTICS 



CHARACTERISTICS 


2701 


2703 


Attenuation 


0 to 79 dB in 1 dB steps 


0 to 109 dB in 1 dB steps 
(Including extra 30 dB range) 


Impedance 


50 12 nominal 


75 12 nominal 


Frequency 


Dc to 1 GHz 


3 kHz to 1 GHz* 


Max Average 
Input Power 


1.5 W to 65°C. 


1.5 W to 65°C 


Signal Coupling 


Dc. ac. and dc terminated 
at one port only 


Ac only both PORTS* 


Size 


7.5 in Ig x 4.5 in w x 2.5 in h 


7.5 in Ig x 4.5 in w x 2.5 in h 


Connector 


Type BNC Female 50 12 


Type BNC Female 75 12 



• Blocking capacitors may be removed for specialized applications. 



TCI/' SPECTRUM ANALYZER 
I LH\ ACCESSORIES 



PADS AND ADAPTERS 

75 Q to 50 Q Minimum Lots Attenuator with dc block, 



5.7 dB loss 01 1-0112-00 $60 

75 Q to 50 Q Matching Attenuator with 1 1 .25 dB conversion 
factor from dBm to dBmV with dc block 

011-0118-00 $60 

Fixed 10 dB attenuator with 3 mm fittings for use with 

TR 502 with 7L12 307-0553-00 $30 

Dc Block BNC to BNC max dc potential 50 volts 

015-0221-00 $85 

”F" Female to BNC Male Adapter 013-0126-00 $15 

BNC Female to "F" Male 103-0158-00 $8.50 

Calibrator Jumper 50 II BNC to BNC 5.5 in 

012-0214-00 $35 

Jumper Cable BNC to BNC 50 17 42 in 

012-0057-01 $17 




PROBES 

A variety of probes is available in varying frequency and imped- 
ance ranges that can be used with the 7L12. 7L14, 492 and 
496 Spectrum Analyzers: 

FET Probe P6201 to 900 MHz 010-6201-01 $990 

FET Probe P6202A to 500 MHz 010-6202-03 $530 



Jumper Cable BNC to BNC 75 17. 42 in 

012-0074-00 $17 

”N” Female to BNC Male 103-0058-00 $7.00 



PROTECTIVE VINYL COVERS 

For extra protection in field environments, soft vinyl covers are 
available to fit over the entire cabinet model mainframe or 



instruments. 

7000 Senes 3 Hole Mainframe Cover 

016-0192-01 $20 

7000 Series 4 Hole Mainframe Cover 

016-0531-00 $20 

5000 Series Mainframe Cover 016-0544-00 $25 

RIGID FRONT COVERS 



Solid snap on or friction fit covers are available to protect the 
instruments in transit or field use. 

See appropriate spectrum analyzer and mainframe ordering in- 
formation regarding the Option 08 Protective Front Cover for 
7603 and 7613. or the Option 02 Protective Front Cover for 



5100 Series Mainframes. 

Protective Front Cover for existing 7603 or 7613 
Mainframes: 

Blue. 040-0835-00 $130 

Gray. 040-0628-00 $135 

GRATICULES, FILTERS 

Plastic Implosion Shield and S A Graticule 7613 and 

7623 Mainframes 378-0625-07 $8.25 

Plastic Implosion Shieid and S A Graticule 7403 and 

7603 Mainframes 337-1439-01 $8.00 

Plastic Implosion Shield and S A Graticule 

All other 7000 Series Mainframes 337-1159-02 $6.50 

(Internal graticules are available with most 7000 Series 
Mainframes) 

Emc Metal Screen Mesh Filter for 7500. 7700 Series 

Instruments 378-0603-00 .. $50 

Emc Metal Screen Mesh Filter for 7400 Senes Instru- 
ments 378-0696-00 $50 

Audio 20-20 kHz Log Graticule for 5000 Series Instru- 
ments 33 1 -0429-00 $2.50 



Complete selection of colored filters is available in the accesso- 
ries section. 



Conventional Probe P6056 Dc to 3.5 GHz 6 ft. 

010-6056-03 $140 

Conventional Probe P6057 Dc to 1 .4 GHz 

with Adapter 010-6057-03 $145 

Current Probe P6022 to 150 MHz 015-0135-00 $325 



Complete specifications are available in the probes and acces- 
sories section. 



CAMERAS 



A camera can greatly enhance the versatility of a spectrum 
analyzer Many different units are available. However, the most 
popular units for the 5000. 7000 and 490 Senes Spectrum 
Analyzers are: 



Polaroid Film Pack C-59AP 



$1165 




C-5C Camera $500 

Complete specifications on all cameras are available in the 
Camera section. 



CARRYING CASES AND MOUNTS 

Specialized carrying cases are available in 2 forms to protect 
your spectrum analyzer. 

Metal carrying cases are available for the 7L12 or 7L14 Rug-in 
units. 

Military style fiberglass and foam type transit cases can be 
custom fitted to many of the instruments. 

A special mounting bracket assembly can be fitted to bolt the 
analyzer securely into the mainframe if desired. Securing Kit. 



fits 7L12 or 7L14 

016-0637-00 $36 

3-wide Carrying Case for 7L14. 7L5 Option 25. etc. 

016-0626-00 $195 

2-wide Carrying Case for 7L12, 7L5, etc. 

016-0625-00 $195 

Luggage-type Carrying Case for 7603 Opt 08, 7613 
Opt 08 016-0628-00 (Analyzer must have 

016-0637-00 Securing Kit) $550 

Hard Case (transit) for the 49X (016-0658-00) $625 

Soft Case for the 49X (016-0659-00) $125 



Your local Sales Office or representative can quote prices and 
availability on any of these accessories. 




Numerous application notes and magazine article 
reprints on spectrum analyzer measurements are 
available. Notes on baseband, emc, am, fm, two- 
way radio and television measurements, audio 
amplifier testing, noise and pulse testing, and oth- 
ers have been written to help you with your 
measurements. 

In addition, our staff of specialists stands ready to 
help you solve any special measurement prob- 
lems Contact your local Tektronix Sales Office or 
representative. 




Option 08 protective front cover is shown with 7613 
Mainframe 
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DIVISION 



The Instruments Division provides the world its 
largest selection of instruments which generate, 
acquire and analyze electronic events. Digital and 
analog technologies are applied, along with 
systems control and interfacing, in support of a 
broad range of applications for engineers, scientists 
and technicians. Jim Koehn, division sales manager, 
is shown with just a few of the hundreds of 
instruments contained in the following pages. Jim is 
standing in the central lobby of the division's new 
489,000 square foot manufacturing facility near 
Vancouver, Washington. 
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MODULAR NONSTORAGE OSCILLOSCOPES 



Minimum Number Maximum Delayed 

Product Bandwidth** Deflection Factor of Traces Sweep Rate Sweep Page Pricef 



7104 


1 GHz 


10 mV div at BW 


up to 4 


200 ps drv 


X 


156 


$18,945 


7904 

R7903 


500 MHz 


10 mV/div at BW 
10 MV/div 
1 mAdiv 


up to 4 


500 ps/div 


X 


158 

158 


$8000 

$7545 


7844 


400 MHz 


20 mV/div at BW 
10 #iV/div 
1 mAdrv 


up to 4 
Dual Beam 


1 ns/div 


X 


160 


$11,900 


7704A 
Opt 09 


250 MHz 


20 mV/div at BW 
10 fiV/drv 
1 mAdiv 


up to 4 


2 ns/div 


X 


162 


-f $500 


7704A 


200 MHz 


10 mV/div at BW 
10 pV/div 
1 mAdiv 


up to 4 


2 ns/div 


X 


162 


$3995 


7603 


100 MHz 


5 mV/div at BW 
10 pV/div 
1 mAdiv 


up to 4 


5 ns/div 


X 


164 


$2555 


5440 


50 MHz 


5 mV/div at BW 
10 *iV/div 
0 5 mA/div 


up to 8 


5 ns/div 


X 


210 


$2390 


5110 


2 MHz 


1 mV/div at BW 
10 jiV/div 

0 5 mA/div 


up to 8 


100 ns/div 


X 


214 


$1300 


7603N11S 


Ruggedized 

oscilloscopes 

system | meets or 

exceeds 

MIL -0 24311 (EC) 

(AN. USM 281 

Specs)] 


5 mV/div at BW 


up to 2 


5 ns/div 


X 


166 


$7160 



"Bandwidths are real time fPrice does not include plug ms 

Sampling plug ins that extend bandwidths to 14 GHz are available for most mainframes 
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TWO BASIC CONFIGURATIONS 

There are two basic configurations for test and 
measurement instruments. Modular instruments, 
more often called plug-in or laboratory models 
when referring to oscilloscopes, combine a 
mainframe and one or more interchangeable 
plug-in subassemblies Integrated instruments, 
such as monolithic oscilloscopes, are one-piece 
units 

Although portable instruments are traditionally 
designed as integrated units, not all monolithic 
instruments meet all the objectives of portability 
On the other hand, some modular systems, such 
as the Tektronix General Purpose Instrument line, 
are designed for easy transport right into the 
field See the reference section on portability for 
more details 

Modular Design 

Versatility is the primary advantage of a modular 
instrument. Many more functions than could be 
economically or practically combined in a single 
unit can be made available in separate plug-ins. 
You, the user, can then choose the ones that 
serve you best 

Because a modular instrument is so versatile, it 
can also make use of advances in instrument 
design New plug-ins or mainframes can be add- 
ed. that within the basic limitations of the other 
units, add new functions or higher performance 

Modularity also allows plug ins and mainframes to 
be shared between various uses. For example, 
with the TM 500 Line, the same general test and 
measurement plug-ins used in the lab for design 
work can be quickly inserted into a portable 
mainframe and easily carried to a service prob- 
lem Alternately, where demand warrants it. the 
identical model plug-ins can be supplied to both 
field service and laboratory personnel, assuring 
the repeatability of measurements and minimizing 
training time 



Plug-ins can also extend the original instrument 
range to other functions. Digital multimeters, 
curve tracers, spectrum analyzers and logic ana- 
lyzers are just a few examples of the many 
specialized plug-ins Tektronix offers for modular 
oscilloscopes. 

Oscilloscopes 

There are two lines of Tektronix Modular 
Oscilloscopes to choose from The Tektronix 5000 
Series uses two amplifier plug-ins plus one time 
base The Tektronix 7000 Series, which offers 
higher performance in a number of areas, can 
accept up to two vertical-channel plug-ins and 
two time bases or other horizontal units simulta- 
neously. In-depth coverage begins on page 148 

General Purpose Instruments 

The Tektronix TM 500 Line is a modular system 
One- three- four-five -and six-compartment 
mainframes accept a broad selection of plug-in 
units. The mainframe unit provides a common 
primary power supply, keeping total instrument 
weight, size, and cost down Just as importantly, 
TM 500 Mainframes also provide a signal control 
and data interface between modules This allows 
TM 500 units to work either individually or togeth- 
er as integrated measuring systems. The 
Tektronix General Purpose Instrument line is ex- 
tensive: more than 40 units, including power 
supplies, signal sources, oscilloscopes modules, 
a logic analyzer, digital multimeters, 
counter/timers, and more. Custom plug-in kits 
allow you to add your own unique circuits With 
this feature, you can also apply TM 500’s capabili- 
ty to unusual applications. Indepth coverage be- 
gins on page 252 



Other Modular Devices 

Logic Analyzers page 43 

Spectrum Analyzers page 118 

Waveform Digitizing Instruments 
and Systems page 143 

Curve Tracers page 301 

Integrated and Monolithic Devices 

Taking the other design approach to instrument 
design, integrated instruments are optimized for a 
single range of functions One-piece instrument 
design provides reduction in weight, increased 
ease of use, smaller size, and usually lower power 
requirements when a definite function is required 

Many oscilloscopes of this type are particularly 
designed for portable use, with rugged cases, 
environmental protection, and internal or external 
battery power In-depth coverage begins on page 
222 

Tektronix also offers many other one-piece 
products designed to be used alone or as ele- 
ments of larger systems. Each performs its spe- 
cialized task economically yet fully because it is 
designed for a specific type of use 

Data Communication Analyzers page 26 

Graphic Terminals page 68 

OEM Imaging Products page 94 

TV Products page 103 

To sum up. modular instruments feature versatil- 
ity, opportunities for tailor-made selection of func- 
tions, and a wide range of measurement capabili- 
ty Integrated designs are strongest in economy 
for single functions, ruggedness, and portability 
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PORTABLE NON-STORAGE OSCILLOSCOPES 



Product 


Bandwidth 


Minimum 
Oeflection Factor 


Dual-Trace 


Maximum 
Sweep Rate 


Delayed 

Sweep 


Page 


Price 


485 


350 MHz 


5 mV/div at BW 


X 


1 ns/div 


X 


228 


$6975 


475A 


250 MHz 


5 mV/div at BW 


X 


1 ns/div 


X 


230 


$4410 


475 


200 MHz 


2 mV/div at BW 


X 


1 ns/div 


X 


230 


$3960 


465B 


100 MHz 


5 mV/div at BW 


X 


2 ns/div 


X 


232 


$2995 


465M 


100 MHz 


5 mV/div at BW 


X 


5 ns/div 


X 


234 


$3500 


2337 


100 MHz 


5 mV/div at BW 


X 


5 ns/div 


X 


223 


$3350 


2336 


100 MHz 


5 mV/div at BW 


X 


5 ns/div 


X 


223 


$3075 


2335 


100 MHz 


5 mV/div at BW 


X 


5 ns/div 


X 


223 


$2775 


2215 


60 MHz 


2 mV/div at BW 


X 


5 ns/div 


X 


226 


$1400 


2213 


60 MHz 


2 mV/div at BW 


X 


5 ns/div 


X 


226 


$1100 


335 


35 MHz 


10 mV/div at BW 
1 mV/div 


X 


20 ns/div 


X 


236 


$2760 


305 


5 MHz 


5 mV/div at BW 


X 


1 00 ns/div 


X 


237 


$2120 


221 


5 MHz 


5 mV/div at BW 


X 


1 00 ns/div 


X 


238 


$1600 


213 


1 MHz 


20 mV/div at BW 
5 mV/div 




400 ns/div 


X 


239 


$2100 


212 


500 kHz 


10 mV/div at BW 
1 mV/div 


X 


1 *is/div 


X 


240 


$1545 


SC 504 1 


80 MHz 


5 mV/div at BW 


X 


5 ns/div 




286 


$2910 


SC 502t 


15 MHz 


5 mV/div at BW 
1 mV/div 


X 


20 ns/div 




288 


$2140 



fThe SC 502 and SC 504 are oscilloscopes that must be plugged into a TM 500/TM 5000 Mainframe for operation Please turn to 
page 252 for more information 



Portable Oscilloscopes 

For oscilloscopes, a combination of factors must 
be considered Small size and lightweight are ob- 
viously important, but the degree depends on the 
application and the uses Similarly, ruggedized 
cases or dustcovers may be required The 
Tektronix 200 Series Oscilloscopes, for example, 
are less than 8 x 14 x 23 cm (3 x 6 x 9 in), weigh 
less than 16 kg (3 5 lb) and are specifically de- 
signed and packaged for field use The 300 Se- 
ries all weigh less than 5 kg (11 lb) The high- 
performance Tektronix 400 Series models. 10 5 to 
15 kg (21 to 33 lb), are designed as portables too 
Our most recent oscilloscopes also reflect the 
emphasis on portability The 2213 and 2215 are 
dual trace, delayed sweep, 60 MHz instruments 
that weight less than 6 1 kg (13 5 lb) The 2300 
100 MHz portable scopes are not only lightweight 
(starting at 7.7 kg/17 lb) but they are also the 
ultimate in ruggedness for field use The 2335, 
2336, and 2337 meet or exceed the U S military 
specs for humidity, temperature range, vibration, 
electromagnetic interference, and shock 
For many applications, internal battery power is 
often essential On the other hand, the weight of 
internal batteries can be a disadvantage if they 
are rarely needed In some applications power is 
always available, since it must be provided to the 
equipment being tested Tektronix Portable 
Oscilloscopes cover the full range of power op- 
tions The 200 Series and some 300 Series 
oscilloscopes have internal batteries The other 
300 Series models and high performance 
portables, such as the Tektronix 400 Series, are 
line operated However, external battery packs 
are available as accessories for both the 300 Se- 
ries and the 400 Series 

The 468 combines digital storage, GPIB capabili- 
ty, and a 100 MHz non-storage capability 



Portable General Purpose Instruments 

Many of these same factors apply to other mstru 
ments besides oscilloscopes The TM 500 Gener 
al Purpose Instrument line, for example, has sev- 
eral configurations designed for portability The 
TM 515 Traveler Mainframe travels like luggage 
but works like a lab bench set-up Although it is 
attractive and convenient enough to treat as car- 
ry-on luggage (it will even go beneath your seat in 
most airplanes), the TM 515 is designed to take 
rugged travel It carries up to five TM 500 Plug-in 
instruments Again, relatively light weight, rugged 
construction, and convenient size are the key to 
portability 

Plug-ins include pulse generators, function gen 
erators, other signal generators, amplifiers and fil- 
ters, oscilloscopes and monitors, lab power sup- 
plies, digital counter/timers, digital multimeters, 
special plug-ins, and custom plug-ins 

All of the TM 500 Plug-ins are portable when used 
with portable TM 500 Mainframes; TM 515 5-com- 
partment Traveler Mainframe, TM 503 3-compart- 
ment Mainframe with carrying case or protective 
cover, TM 504 4-compartment Mainframe with car- 
rying case or protective cover 

In-depth coverage of TM 500 products begins on 
page 252 



Other Portables 

The 490 Series Spectrum Analyzers combine lab 
performance and ease of operation in a compact, 
lightweight package The 492/492P offers a fre- 
quency range of 50 kHz to 21 GHz, extendable to 
60 GHz with Tektronix external waveguide mixer, 
and to 220 GHz with commercially available mix- 
ers The 496/496P covers 1 kHz to 1 8 GHz The 
492P/496P are GPIB programmable via IEEE 488 
1978 interface 

Still other Tektronix portable instruments meet 
special requirements far above simple movability 
The 1502 and 1503 TDR Cable Testers, for exam- 
ple, are designed to work outdoors in any weath- 
er, including pouring rain 

For movement within limited areas, Tektronix 
SCOPE -MOBILE* Carts and Lab Carts are avail- 
able in several configurations A typical setup 
might include a 400 Series Oscilloscope on the 
top shelf with two TM 503 Mainframes under- 
neath These carts are particularly useful for in- 
plant servicing, school and research laboratories, 
and similar applications 

Logic Analyzers 
TDR Cable Testers 
Spectrum Analyzers 
SCOPE-MOBILE* Carts 



page 43 
page 116 
page 118 
page 344 
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DIGITAL OSCILLOSCOPES AND WAVEFORM DIGITIZERS 



Type 


Analog 

BW 


Max Dig 
Rate 


Vert. 

Res. 


Data Words 
per Waveform 


Max No. 
Stored 
Waveform 


Useful* 
Storage 
BW (SS) 


Equiv** 
Stor BW 
(rep) 


Page 


Price 


468 


100 MHz 


25 MHz 


8 Bit 


512 in Alt 
256 in chop 


4 


10 MHz 




242 


$6270 


5223 


10 MHz 


1 MHz 


10 Bit 


1 024/pluQ-in 


4 


100 kHz 


10 MHz 


208 


$4505 


7854 


400 MHz 


500 kHz 
Ext Clock 


10 Bit 


Up to 1024 


Up to 40 


50 kHz 


400 MHz 


177 


$11,950 


7912AD 


500 MHz 


100 GHz 


9 Bit 


512 


1 


500 MHz 


500 MHz 


181 


$24,800 


761 2D 


90 MHz 


200 MHz 


8 Bit 


Up to 2048 


Up to 16 


20 MHz 


— 


179 


$26,400 



‘Useful Storage Bandwidth is a measure of the highest frequency smewave that can be stored in a single sweep and displayed in a 
visually useful manner This is dependent on both the maximum digitizing rate as well as the display reconstruction technique used. 
“Equivalent Storage Bandwidth indicates the highest frequency repetitive signal that can be stored and displayed with less than 3 dB 
loss of signal amplitude using equivalent time digitizing techniques 



STORAGE 

Tektronix storage instruments continue to display 
a waveform after the input signal ceases The 
period of retention runs from a few seconds to 
essentially unlimited storage time depending on 
the type of storage used 

Storage oscilloscopes allow easy, accurate evalu- 
ations of slowly changing phenomena that would 
appear only as slow-moving dots They are also 
needed for viewing rapidly changing 
nonrepetitive waveforms whose images would 
otherwise flash across the CRT too quickly to be 
evaluated Storage can also reduce the time to 
photograph scope traces by allowing you to 
"compose" the picture Unwanted displays can 
be erased as many times as necessary before 
the photograph is taken 

Storage is used in other Tektronix products, too 
For terminals, CRT storage provides an economi 
cal means of retaining graphic and alphanumeric 
displays without requiring refresh circuitry Curve 
tracers with a storage CRT show a wider range of 
waveforms And monitors with storage find a 
wide variety of applications 

Types Of Storage 

Tektronix products use two basic kinds of 
Storage— digital and CRT type 

The fundamental difference between the digital 
storage scope and CRT storage is the form of 
storage Digital scopes store data representing 
waveforms in a digital memory; CRT storage 
scopes store waveforms within the CRT. either on 
a mesh or special phosphor 



Digital Storage 

Digital storage requires digitizing and reconstruc- 
tion processes "Digitizing" consists of "sampling" 
and "quantizing" Sampling is the process of ob- 
taining the value of an input signal at discrete 
points in time; quantizing is the transformation of 
that value into a binary number by the analog-to- 
digital converter (ADC) in the digital scope You 
determine how often digitizing occurs by the time 
base The time base uses a digital clock to time 
the analog-to-digital (A/D) conversion and to store 
the data in memory The rate at which this hap- 
pens is the digitizing rate (or sampling rate) Once 
the data is in the digital memory, it can be read 
out and reconstructed for displaying or further 
waveform processing 

Digital storage is typically very easy to use and 
gives the user crisp, clear displays Because the 
data is stored in memory no fading or blooming 
will occur, and storage time is essentially unlimit- 
ed This type of storage is excellent for many ap- 
plications involving single shot or low repetition 
signals, or where further signal processing is 
desired 



Bistable 

The bistable-phosphor CRT uses a special phos- 
phor with two stable states written and unwritten 

The storage mode allows waveforms to be stored 
and displayed a minimum of several hours (in 
some cases much longer) or until erased by 
operator 

Bistable storage is an easy kind of storage to use 
It is also usually the most inexpensive Some prin- 
cipal applications include mechanical measure- 
ments, signal comparisons, and data recording 
Most bistable phosphor CRT s have a split-screen 
viewing area which allows each half to be used 
independently for storage displays The split- 
screen feature provides many unique advan- 
tages With this system, a reference waveform 
can be stored on one half of the screen and the 
other half can be used to store the effect that 
calibration adjustments or the insertion of filters, 
etc, have on circuit operation If desired, this tech- 
nique can be used where the reference portion 
operates in the stored mode and the other half of 
the display, operating in the nonstored mode, 
monitors an external input 

An example of the usefulness of the split-screen 
feature is in speech therapy The normal speech 
pattern is recorded on the upper half of the stor- 
age screen and the patient's attempts to match 
this pattern are recorded on the lower half With 
split-screen operation, the lower half showing the 
trial waveform can be erased as many times as 
desired without affecting the stored information 
on the upper screen 

Variable Persistence 

Variable persistence storage allows a continuous 
gradation between the bright written level and the 
dark reference 

The variable persistence mode also allows for the 
selection of the time a stored image will be re- 
tained The storage persistence can be adjusted 
so the entire waveform can be viewed, yet the 
stored trace fades from view just as the new 
waveform is being plotted With the save feature, 
an entire display can be stored for further analy- 
sis if desired 
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CRT STORAGE OSCILLOSCOPES 

(in order of Stored Writing Speed) 



Stored Type of Band- Minimum Number Delayed 

Product Writing Speed View Time Storage width* • Deflection Factor of Traces Sweep Plug-in Page Price 



7834 


5500 div/ps 

776 div/pS 
12 div/jiS 
0.2 dtv/(is 


30 s ft 

30 min 
minimum 
30 s ft 

30 mm 
minimum 


Fast Vanable 
Persistence 

Fast Bistable 

Variable 

Persistence 

Bistable 


400 MHz 


20 mV/div at BW 
10 mV/div at 
325 MHz 


Up to 4 


X 


X 


169 


$11 .000 


466 


3000 div/^s 
3 div/f<s 


15 s ft 
15 s ft 


Fast variable 
persistence 
Variable 
persistence 


100 MHz 


5 mV/div at BW 


Up to 2 


X 




244 


$6385 


7633 


2200 div/MS 

400 div/jiS 
3 div/jis 
2 div/^<s 


30 s ft 

30 mm 
minimum 
30 s ft 

30 min 
minimum 


Fast variable 
persistence 

Fast bistable 

Vanable 

persistence 

Bistable 


100 MHz 


5 mV/div at BW 
1 0 u V/div 
1 mA/div 


Up to 4 


X 


X 


172 


$7295 


7623 A 


1 50 div/jis 

50 div/^s 
0.5 div/^s 
0.03 div/«iS 


30 s tt 

30 min 
minimum 

30 s tt 

30 min 
minimum 


Fast variable 
persistence 

Fast bistable 

Variable 

persistence 

Bistable 


100 MHz 


5 mV/div at BW 
10 m V/ div 
1 mA/div 


Up to 4 


X 


X 


172 


$5585 


464 


110 div/ps 
0.5 div/jis 


15 s ft 
15 s ft 


Fast variable 
persistence 


100 MHz 


5 mV/div at BW 


Up to 2 


X 




244 


$5165 


7613 


5 div/^s 


1 hr 


Variable 

persistence 


100 MHz 


5 mV/div at BW 
10 m V/div 
1 mA/div 


Up to 4 


X 


X 


174 


$4680 


5441 


5 div/*is 


1 hr 


Variable 

persistence 


50 MHz 


5 mV/div at BW 
10 u V/div 
0.5 mA/div 


Up to 8 


X 


X 


211 


$4060 


434 


5 div/jis 


4 hr 


Bistable 
split screen 


25 MHz 


10 mV/div at BW 
1 mV/div 


Up to 2 






246 


$4400 


5115 


0 8 div/jis 


10 hr 


Bistable 
split screen 


2 MHz 


1 mV/div at BW 
1 0 m V/ div 
0.5 mA/div 


Up to 8 


X 


X 


215 


$2235 


214 


0.5 div/*is 


1 hr 


Bistable 


500 kHz 


10 mV/div at BW 
1 mV/div 


Up to 2 






248 


$2100 


314 


0 4 dtv/^s 


4 hr 


Bistable 


10 MHz 


2 mV/div at BW 


Up to 2 






247 


$3345 


SC 503t 


0.4 div/ws 


4 hr 


Bistable 


10 MHz 


1 mV/div at BW 


Up to 2 






287 


$3150 


DM 64 


0 25 div/*is 


1 hr 


Bistable 


10 MHz 


1 mV/div at BW 


Up to 2 






251 




T912 


0.25 div/^s 


4 hr 


Bistable 


10 MHz 


2 mV/div at BW 


Up to 2 






249 


$1890 


5113 


0.2 div/*is 


10 hrs 


Bistable 
split screen 


2 MHz 


1 mV div at BW 
10 MV/div 
0 5 mA/div 


Up to 8 
dual-beam 


X 


X 


215 


$2970 


5111 


0.02 div/jiS 


10 hr 


Bistable 
split screen 


2 MHz 


1 mV div at BW 
10 MV/div 
0 5 mA/div 


Up to 8 


X 


X 


214 


$2100 



"Bandwidths are real time Sampling plug-ms that extend bandwidths to 14 GHz are available for most mainframes 

tThe SC 503 is an oscilloscope that must be plugged into a TM 500/TM5000 Mainframe for operation Please turn to page 252 for more information 
ftView times are at full stored display intensity. They may be increased by using reduced intensity in the save display mode 



Applications for variable persistence storage in- 
clude real time, spectrum analysis, time-domain 
reflectometry, sampling and other measurements 
which require slow sweep displays. For fast re- 
petitive sweeps, the storage persistence can be 
set so multiple traces are displayed before the 
first trace fades from view Then you can view 
changes in signal response with changes in cir- 
cuit conditions, time, or adjustments This method 
can also be used to provide display integration so 
that only the coincident portions of a repetitive 
signal are displayed Any aberration or jitter not 
common to all repetitive traces will not be stored 



or displayed. Low repetition rate, fast rise time 
signals that are not discernible on conventional 
CRT’s can be easily viewed 

This type of storage provides the best display 
when storing displays with varying intensities, 
such as delayed sweep or with Z-axis intensity 
modulation. Variable persistence storage pro- 
vides very good displays for photographs due to 
the high contrast between dark background and 
bright waveforms 



Fast Transfer 

Fast transfer storage uses a tube with a special 
intermediate mesh target This target, which is 
optimized for speed, captures the waveform and 
then transfers it to a slower, longer-storing elec- 
trode. The second target can be designed to of- 
fer bistable or variable persistence modes, in 
combination with the transfer mesh or by itself 
Several Tektronix Oscilloscopes use this combi- 
nation of capabilities to provide unique multimode 
storage By front-panel controls, users of these 
instruments can select the operating mode suited 
to the specific measurement situation 
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CATHODE-RAY TUBE 
PHOSPHOR DATA 

Human Eye Response 

An important factor in selecting a phosphor is the 
color or radiant energy distribution of the light 
output The human eye responds in varying de- 
grees to light wavelength from deep red to violet 
The human eye is most sensitive to the yellow- 
green region; however, its responsiveness dimin- 
ishes on either side in the orange-yellow area and 
the blue-violet region The eye is not very recep- 
tive to deep blue or red 

If the quantity of light falling on the eye is 
doubled, the brightness "seen" by the eye does 
not double The brightness of a color tone as 
seen is approximately proportional to the log of 
energy of the stimulus 

The term luminance is the photometric equivalent 
of brightness It is based on measurements made 
with a sensor having a spectral sensitivity curve 
corrected to that of the average human eye The 
SI (international metric standard) units for lumi- 
nance are candelas per meter squared, but the 
English footlamberts are still used extensively in 
the U S One footlambert = 3 43 candelas/m 2 
The term luminance implies that data has been 
measured or corrected to incorporate the CIE 
standard eye response curve for the human eye 
CIE is an abbreviation for "Commission 
Internationale de L'Eclairage" (International Com- 
mission on Illumination) The luminance graphs 
and tables are therefore useful only when the 
phosphor is being viewed 



Phosphor Protection 

When a phosphor is excited by an electron beam 
with an excessively high current density, a perma- 
nent loss of phosphor efficiency may occur The 
light output of the damaged phosphor will be re- 
duced, and in extreme cases complete destruc- 
tion of the phosphor may result Darkening or 
burning occurs when the heat developed by elec- 
tron bombardment cannot be dissipated rapidly 
enough by the phosphor 

The two most important and controllable factors 
affecting the occurrence of burning are beam- 
current density (controllable with the Intensity, 
Focus, and Astigmatism controls) and the length 
of time the beam excites a given section of the 
phosphor (controllable with the Time/Div control) 
Of the total energy from the beam, 90% is con- 
verted to heat and 10% to light A phosphor must 
radiate the light and dissipate the heat, or like any 
other substance, it will burn Remember, burning 
is a function of intensity and time Keeping the 
intensity down or the time short will save the 
screen 



Selecting A Phosphor 

The catalog description of each oscilloscope indi- 
cates the phosphor normally supplied or offered 
as an option Special phosphors are available for 
applications which require different characteris- 
tics For example, P11 is excellent for waveform 
photography but due to its short persistence it is 
not well suited for applications requiring visual ob- 
servation of low-speed phenomena For more 
specific information regarding the best-suited 
phosphor for your particular applications, please 
confer with your Tektronix Sales Engineer, Repre- 
sentative or Distributor They know the factors 
that must be considered in selection of a phos- 
phor for any given application 

Phosphors are rated in several parameters, such 
as color of fluorescence or phosphorescence, de- 
cay, etc The table below describes the more 
commonly used phosphors 



COMPARATIVE CRT PHOSPHOR DATA 




Phosphor 


Fluorescence 


Phosphorescence 
Where Different 
from 

Fluorescence 


Relative 

Luminance* 


Relative 

Photographic 

Writing 

Speed 2 


Decay 


Relative 

Burn 

Resistance 


Comments 


Ordering 

Information 

Option 


PI 


Yellowish-green 


— 


50% 


20% 


Medium 


Medium 


Replaced by P31 in 
most applications 


Special 

order 


P4 


White 


— 


50% 


40% 


Med-Short 


Medium 

high 


Television displays 


74 


P7 


Blue 


Yellowish-green 


35% 


75% 


Long 


Medium 


Long decay, double- 
layer screen 


76 


P11 


Purplish-blue 


- 


15% 


100% 


Med-Short 


Medium 


For photographic 
applications 


78 


P31 


Yellowish-green 


— 


100% 


50% 


Med-Short 


High 


General purposes, 
brightest available 
phosphor 


80 


P39 


Yellowish-green 


— 


27% 


NA 4 


Long 


Medium 


Photographic applications 


40 


P43 


Yellowish-green 




40% 


NA 4 


Medium 


Very High 


High current 
density phosphor 


Special 

order 


P44 


Yellowish-green 




68% 


NA 4 


Medium 


High 


Bistable storage 




P45 


White 


- 


32% 


NA 4 


Medium 


Very High 


Monochrome TV displays 





’Measured with Tektronix J16 Photometer and J6523 Luminance Probe which incorporates a CIE standard eye filter Representative of 10 kV aluminized screens P31 as reference 
2 P1 1 as reference with Polaroid 410 film Representative of 10 kV aluminized screens 
3 Low level lasts over one minute under conditions of low ambient illumination 
4 Not available 
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KEY SPECIFICATIONS AND FEATURES 

for oscilloscopes and related equipment 



AMPLIFIER CONSIDERATIONS 

Rise Time and Bandwidth 

Two vital capabilities generally sought in an oscil- 
loscope are sufficient bandwidth and adequate 
rise time 

Although rise time is usually the more important 
parameter when working with faster waveforms, 
signal bandwidth is commonly specified for lower 
speeds The frequency response of most scopes 
is designed so that there is a constant that allows 
you to relate the bandwidth and rise time of the 
instrument This constant is 0 35 and the rise time 
and bandwidth are related by this approximation 



A simple way to apply the formula is 

t 350 

f (nanoseconds) 

For the Tektronix 2200 Series instruments with a 
bandwidth of 60 MHz. the rise time is 58 
nanoseconds 

Bandwidth is defined as the frequency range in 
which signals are handled with less than a 3 dB 
loss compared to midband performance Since 
modern oscilloscopes work well at low frequen- 
cies down to dc, bandwidth here commonly 
refers to the highest frequency which can be 
displayed with a 3 dB or less error 

Most oscilloscope designs make use of gradual 
roll-offs at the high-frequency end, so in many 
cases a scope will be useful far beyond its 
specified bandwidth Waveshapes may be al- 
tered and amplitudes reduced somewhat 

In terms of rise time, scopes ideally should have a 
vertical system capable of responding at least 
five times as fast as the fastest applied step 
signal (thus having a rise time less than 1/5 as 
great) In such a case, the rise time of the signal 
indicated on the scope will be in error by less 
than 2 percent 

Using the 1/5 and 0 35 factors together, the 
minimal requirements for scope bandwidth for 
accurate rise time measurements can be esti- 
mated using the following rule of thumb 

Bandwidth (minimal) 1 70 

Fastest Rise Time 



Very accurate absolute rise time measurements 
are not always important When simply comparing 
the rise times of two signals, scopes with a rise 
time equal to the rise time of the signals applied 
are usually considered adequate 

Besides indicating bandwidth for the vertical 
channel, many oscilloscope specifications also 
include a bandwidth figure for the horizontal and 
trigger channels 

Bandwidth and rise time figures also apply to 
many other Tektronix instruments Signal sources, 
probes, amplifiers, TDR systems and many other 
test instruments are characterized in part by rise 
time Frequency response figures are given for 
portable patient monitors, spectrum analyzers 
and many TV products The specifications will 
indicate values where these figures are relevant 

Sensitivity (Deflection Factors) 

Although sensitivity specifications are most often 
associated with oscilloscope vertical channels, 
specifications can also be provided for horizontal 
channels and trigger circuits with external inputs 
Similarly, various other instruments may have a 
sensitivity specification relating minimum input 
level to some function or output level 

Sensitivity, in the case of oscilloscopes, refers to 
the input needed to produce a stated deflection 
of the spot on the CRT Specifications typically 
are given in millivolts per centimeter or division 

At a given state of the art, sensitivity is a trade-off 
with bandwidth The small amount of noise in 
even the best input circuit will mask signals which 
are too weak Raising the bandwidth increases 
the noise picked up by the amplifiers, requiring 
more of a signal to create a clear display 

As a consequence of this relationship, many high- 
sensitivity scopes provide bandwidth-limiting con- 
trols to allow you to make better low-level, moder- 
ate frequency measurements For these and 
other models, a set of sensitivity specifications 
may be given for limited frequencies as well as 
over the full range 

Many times, external noise will be the problem 
Differential amplifiers are often used to lessen the 
effects of external noise and common-mode sig- 
nals, thus improving the useful measurement 
sensitivity range 



Differential, Balanced, or Push-Pull Inputs 




Differential or balanced amplifiers provide a fea- 
ture beyond mere accommodation of push-pull 
signals they have the ability to cancel or reject, to 
a high degree, any signal components equal in 
amplitude and phase that appear at both inputs 
Such amplifiers provide a simple and accurate 
means of measuring the difference between two 
signals They also provide a means of rejecting 
most unwanted signal components common to 
both inputs, such as power line "hum* 
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Multiple Inputs 

It is quite often useful to be able to view any one 
or several of a number of input signals without 
disturbing connections to the oscilloscope Sever- 
al types of multiple-input amplifiers which display 
more than one signal on the same CRT display 
are available 

Common applications include input-output com- 
parisons, checking a signal against a standard or 
working with complex circuits. 

Dual-Beam and Dual-Trace 

Two techniques, dual-trace or dual-beam circuit- 
ry, are commonly used for creating two traces on 
a single CRT. The dual-trace scope incorporates 
electronic switching to alternately connect two 
input signals to a single deflection system The 
dual-beam scope, however, has two independent 
deflection systems within its CRT (Some models 
do share horizontal systems, though ) There are 
distinct advantages to both dual-beam and dual- 
trace scopes A dual-beam scope can display 
two input signals separately and simultaneously. 
Therefore, it can show two nonrecurrent signals 
of short duration Also, models with independent 
horizontal deflection can display nonrecurrent sig- 
nals on different time bases 

The principal advantages of dual-trace scopes 
are lower cost and intrinsically better comparison 
capabilities This comes from using a single hori- 
zontal amplifier and one set of deflection plates. 
On the other hand, since a transient event might 
occur on one input channel while the beam is 
tracing the other, dual-trace scopes are not rec- 
ommended for viewing fast one-shot phenomena 

Extension of the dual-trace principles has pro- 
duced newer multiple-trace oscilloscopes capa 
ble of displaying up to eight traces 

Tektronix Logic Analyzers display up to 16 chan- 
nels of timing data, and can acquire up to 52 
channels of state information 



TIME BASES 

Sweep Rates and Sweep Types 

Except in special cases, oscilloscopes have built- 
in sawtooth sweep generators for producing con- 
stant-speed horizontal beam deflection In early 
scopes, these generators ran continuously and 
horizontal calibration was based on their repeti- 
tion frequency In most modern scopes, sweeps 
are calibrated in terms of a direct unit of time for 
a given distance of spot travel across the screen, 
hence the term, "time base " 




This technique permits 

1 Direct measurement of time between events 

2 Viewing and measuring small portions of pulse 

trains 

3 Viewing and measuring random or aperiodic 
events 

4 Viewing and measuring single nonrecurrent 
events 



Distances representing time are measured on the 
scope s graticule, the ruled scale built into the 
display The internal graticule built inside the CRT 
face on modern scopes is preferable, as it elimi- 
nates parallax 

A major graticule division may be an inch, centi- 
meter or some other length Some instruments 
have different distance-units for the vertical and 
horizontal scales Graticules often have small 
markings which subdivide the major divisions to 
assist in making accurate measurements Such 
subdivisions should not be interpreted as the 
distance unit in a specification 

Strictly speaking, sweep specifications are rates 
properly expressed as time/length However, the 
term sweep speed (implying length/time) is often 
used synonymously. 

Relating Sweep Rates, High 
Frequencies and Rise Times 

The appropriate sweep rate for frequency-speci- 
fied measurements is based on the nature of the 
test Given a moderate frequency, a sweep is 
usually considered adequate if it is capable of 
displaying one cycle across the full horizontal 
scale At high frequencies, however, scopes sel- 
dom have sweeps that fast To measure rise time 
as accurately as possible, a step signal 
(squarewave, rectangular pulse, etc) should oc- 
cupy most of the full vertical scale, and the rising 
portion of the signal should be displayed at nearly 
a 45° slope This objective can be met only if the 
fastest sweep is able to move the beam a 
horizontal distance nearly equal to the full vertical 
scale in a time interval equal to the rise time of 
the vertical deflection system Because of the 
compounding difficulties and cost of providing 
extremely fast sweeps which are both linear and 
accurate, this goal must be tempered somewhat 
in scopes having the very best vertical deflection 
system rise time capabilities 

In some cases rise time measurements are not 
made to determine actual rise time, but are done 
to decide whether certain limits are met or ex- 
ceeded In such cases, an adequate comparison 
with a standard signal of known rise time can 
usually be made even with a sweep that provides 
a fairly steep display, given that the vertical 
deflection system rise time is good enough 

Delaying/ Delayed Time Bases 

Delaymg-sweep measurements use two linear 
calibrated time bases The first timebase, com- 
monly called the delaying sweep, allows the 
operator to select a specific delay time. When 
this time is reached, the second time base, called 
the delayed sweep, starts The delayed sweep is 
typically set a decade or two faster than the 
delaying sweep and therefore offers additional 
resolution The combination of these two time 
bases also offers increased accuracy of time 
interval measurement 



Digital Time Displays 




You can make delay and interval time measure- 
ments with digital ease on several Tektronix 
Oscilloscopes The DM44 option for the 400 
Series allow you to read the delay time, interval 
frequency, or temperature right from an LED 
readout, with no calculation or interpolation re- 
quired The 7B10.7B15, 7B85 and 7B80 Plug-ins 
for 7000 Series Oscilloscopes provide A time 
(dual-delayed sweep) measurements With this 
feature, both ends of the selected interval which 
can be independently positioned on the trace are 
shown by intensified regions The time interval 
between those points is shown on the screen 
using the 7000 Series CRT readout capability 

Sampling 

Sampling is a powerful technique for examining 
very fast repetitive signals It is similar, in princi- 
ple. to the use of stroboscopic light to study fast 
mechanical motion Progressive samples of adja- 
cent portions of successive waveforms are taken, 
then they are "stretched" in time, amplified by 
relatively low-bandwidth amplifiers, and finally 
shown, all seemingly at one time, on the screen of 
a cathode-ray tube The graph thus produces a 
replica of the sampled waveforms The principal 
difference in appearance between displays made 
by sampling techniques and conventional dis- 
plays is that those made by sampling are com- 
prised of separate segments or dots This tech- 
nique is limited to depicting repetitive signals, 
since no more than a portion of the signal is 
captured and displayed each time the signal 
recurs. 

The sampling method, however, provides a 
means of examining fast-changing signals of low 
amplitude that cannot be examined in any other 
way The system is capable of resolving events 
that occur in less than 30 picoseconds on an 
"equivalent" time base of less than 20 
picoseconds per division and less than 5 mV of 
peak amplitude 

Tektronix uses the random sampling technique 
which differs from conventional sampling be- 
cause it does not require a delay line or pretrigger 
for lead time to be visible in the display The 
benefits afforded by this feature are 

1 Signals with no source of pretrigger can be 
observed 

2. The inherent rise time limitation of signal delay 
lines is eliminated 

3 It is no longer necessary to work into the 50 12 

characteristic impedance of a delay line, 
so high impedance can be retained 

4 External triggers may occur before, coincident 

with, or after the displayed signal, with lead 
time still visible in the display 

5 Display time jitter otherwise caused by 
pretrigger-to-signal jitter is eliminated 
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WP2252 (7912AD-Based Computer System) 



CONTENTS 



System Products 144 

Software 145 

Mini-Computer Based Systems 146 

Desktop Computer Based Systems 1 47 




WP1310 (7854-Based Desktop Computer System) 



Precise automatic waveform 
measurements for demand- 
ing applications in research, 
design, manufacturing and 
quality assurance 

Automatically save hours, days, 
even months of work. 

Tektronix Signal Processing Systems are 
specially designed to handle the increasing- 
ly complex, expensive, and time-consuming 
task of waveform characterization. 

They’re the first measurement systems to 
offer all the power and flexibility of oscillo- 
scope acquisition, coupled with fully auto- 
matic analysis. They’re the first systems to 
feature signal processing software with ex- 
tensive control over instrumentation, 



waveform manipulations, and graphic dis- 
play. And they’re the first to provide system 
compatibility that allows configuration for 
many types of test and measurement 
applications. 

With Tektronix Signal Processing Systems 
you concentrate on test results, not test pro- 
cedures. There are no human-eye interpre- 
tations, hand processing, or complex statis- 
tical graphing. Tektronix Systems 
automatically capture the signals you need, 
make the measurements you want, then dis- 
play, store, and document your solutions. 

This means work that used to take hours, 
now takes only minutes. System automation 
saves you time and money by greatly in- 
creasing your productivity. Projects not only 
get completed on schedule, they get com- 
pleted on budget. 



Plus, system automation gives greater mea- 
surement accuracy and accountability on 
your finished product. Since there's less op- 
erator involvement in measurements, there’s 
less chance of human error. 

From today's research and development 
tasks to tomorrow’s production testing, 
Tektronix Systems give you all the capabili- 
ties needed to characterize your waveforms 
quickly, efficiently, and automatically. 

For measurement solutions 
you can’t beat the SYSTEM. 
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SPS AUTOMATION . . . 



ACQUISITION UNIT 




STORAGE PROCESSOR DISPLAY 



FIVE MAJOR SYSTEM COMPONENTS 
AND TEK’S COMPREHENSIVE SOFTWARE 
MEET YOUR MEASUREMENT NEED 

Acquisition, built around TEKTRONIX GPIB 
Waveform Digitizers and 7000 Series Oscillo- 
scope Plug-ins, captures analog data, converts 
and stores it in a digital format acceptable to the 
system processor 

Processor, either minicomputer or desk top 
computer, controls the system, accepts the 
digitized data, and then performs the needed 
mathematical calculations and operations. 

Mass Storage, in the form of disk or magnetic 
tape, keeps a log of the processed data and also 
stores the test programs 

Display, including graphic terminal and Hard 
copy units, provides both alphanumeric and 
graphic presentation of data and permanent 
documentation 

Software, specially developed for ease of use 
with TEKTRONIX Signal Processing Systems, 
controls all other system components and per 
forms the desired computations Commands are 
high-level BASIC and accessible through a stan- 
dard terminal keyboard 



A WIDE RANGE OF SYSTEM PRODUCTS PROVIDES THE SOLUTIONS YOU NEED 



Signal acquisition. Fast or slow, 
transient or repetitive. 

The growing family of GPIB compatible 7000 
Series Waveform Digitizers provides a broad 
range of acquisition capabilities. They offer the 
ability to analyze signals ranging from seconds to 
picoseconds in duration, and risetimes to 25 ps 
Plus, all are compatible with a broad range of 
7000 Series Plug-ins 

791 2AD* 

For high-speed transient signal acquisition, the 
7912AD Programmable Digitizer has the capabili- 
ty to capture signals in .the millisecond to 
subnanosecond range with a bandwidth of up to 
500 MHz 

761 2D* 

For medium-speed signals, the 7612D 
Programmable Digitizer offers dual channel ac- 
quisition, selectable sampling rates within 
records, and pre- and post-triggering With the 
761 2D you can capture transient signals from 
seconds to sub-microseconds in duration with 
high resolution 

7854* 

For fast, repetitive signals, the 7854 Oscilloscope 
is ideal when configured in a system The 7854 
features an on-board microprocessor This instru- 
ment provides the system with the capability to 
acquire high speed signals with rise times to 25 
ps 

‘Digital Mainframes Section for details 



System controllers dedicated to 
speed and precision. 

TEKTRONIX Signal Processing Systems are divid- 
ed into two major processor families: the 
minicomputer family, and the desktop computer 
family 

The Tektronix minicomputer systems, built around 
DEC PDP11 compatible controllers, are designed 
to handle large amounts of data, They offer flexi- 
bility in peripheral selection, processing speed, 
and up to 128k words of memory space Plus, the 
software support is specially developed for 
waveform manipulations, array processing and 
display efficiency. 

The desktop computer systems are built around 
the 4052 Desktop Computer— one of the most 
powerful analytical performers available today Its 
built-in extended BASIC software is complement- 
ed by special ROM packs featuring commands 
most often used in signal processing 
applications 

Wide-ranging system peripherals 
for full documentation and display. 

TEKTRONIX Signal Processing Systems provide 
the best in display— the 4010-1 or the 4052 graph- 
ic screen These terminals provide an excellent 
medium for displaying graphic and alphanumeric 
information with high resolution. In addition, a 
wide range of system peripherals is available, in- 
cluding graphic plotters, hard copy units, disk 
and magnetic tape storage devices 




Introducing the new 1360P/S. 

As part of the on going commitment to supply 
complete system solutions, a new high perfor- 
mance multiplexer is now available either as part 
of an SPS System or to be integrated into your 
own system 

The 1360 is a microprocessor-based GPIB com- 
patible system instrument that can be used to 
multiplex electrical signals at bandwidths up to 
250 MHz It includes two separate chassis the 
1360P Programmable Switch Controller and the 
1360S Switch Matrix Up to four 1360S Switch Ma 
trix units may be operated by one 1360P With 
one 1360S one may multiplex 1 output with 33 
inputs, 2 ganged outputs with 17 inputs, or 4 
ganged outputs with 9 inputs With four 1360S 
units these numbers increase so one may multi- 
plex 1 output with 129 inputs, 2 ganged outputs 
with 65 inputs, or 4 ganged outputs with 33 
inputs 

Total Support 

Complete details and application consultation is 
available through your local Tektronix Sales Of- 
fice SPS Specialists and Application Engineers 
stand ready to answer all your system questions. 



144 




TEK 

The next logical step 



ANY SYSTEM IS ONLY AS GOOD AS ITS SOFTWARE 
SPS SYSTEMS OFFER THE BEST SOFTWARE AVAILABLE 



TEK SPS BASIC Is a comprehensive, general 
purpose programming language with enhance- 
ments for instrument control and waveform pro- 
cessing Modular in design, it provides an opti- 
mum balance between flexibility, space 
efficiency, and computing power Yet it retains 
the "easy-to-learn, easy-to-use, easy-to-remem- 
ber" character of traditional BASICS This makes it 
an ideal tool for beginning users as well as expert 
programmers 

TEK SPS BASIC runs on the TEKTRONIX 
CP1164X Instrument Controller, on the PDP 11/23 
Computer, or on any Digital Equipment Corpora- 
tion PDP-11 minicomputer It consists of a Resi- 
dent Monitor and an expandable library of over 
100 non-resident commands This lets you 
configure a software system to meet your unique 
measurment needs 



It s ready to use TEK SPS BASIC requires a 
minimum system consisting of a controller with 
one hard-disk drive or two flexible-disk drives 
Commands can be added to the system from the 
disk as needed to provide maximum space effi- 
ciency in available memory 

Named files can be accessed by TEK SPS BASIC 
on hard or flexible disk, or magnetic tape and 
information can be read from files either sequen- 
tially or randomly BASIC commands give you 
complete file management capability. Files are 
compatible with DEC'S RT 1 1 operating system. 

Comprehensive graphics permit waveform plots 
and X-Y plots between waveforms Either can be 
done with single commands. The output is com- 
plete with scaled and labeled axes and can be 
hard-copied to paper 



TEK SPS BASIC data logging capabilities let you 
turn tedious and repetitive measurements into 
automated procedures Program control can 
eliminate human intervention, reduce errors, and 
give you time to concentrate on test results 

Better than seven-digit precision means much 
higher resolution than possible in conventional 
oscilloscope measurements Special data struc- 
tures retain both numeric and literal information 
associated with a given waveform These 
waveform structures, as well as numeric arrays or 
portions of numeric arrays, can be operated on 
arithmetically as easily as can simple numeric 
variables 



PDP and DEC are registered trademarks of Digital Equipment 
Corporation 






Advanced Signal Processing 

Waveforms can be integrated, differentiated, 
convolved, correlated, and fast Fourier trans- 
formed Also, polar conversions can be 
performed 

Flexible I/O 

Information can be read or written in ASCII or 
binary ASCII may be used for display on a 
terminal or to store information for use by another 
software system. Binary can be used for storing 
large information blocks for later processing by 
TEK SPS BASIC File may be structured either 
serially or by random access 

GPIB 

With BASIC commands, you can control multiple 
IEEE -488 interfaces at any level, from setting 
individual data lines to reading in entire arrays 
with a single command The GPIB feature, which 
can be deleted from the BASIC system to save 
memory, is integrated with the Resident Monitor 
to make GPIB control commands more space 
economic A high level GPIB driver is also avail- 
able to facilitate programming for those not thor- 
oughly familiar with GPIB 

There is also available a versatile GPIB software 
module for RSX11-M This requires special quota- 
tion from SPS Marketing 



Software Maintenance 

Customers receive a periodic newsletter contain- 
ing programming hints and responses to user 
questions Reported system errors can usually be 
corrected by customer-applied "patches " These 
short code sequences are published in the news- 
letter with instructions for adding them to estab- 
lished systems Specific problems encountered 
by customers which appear to be caused by 
software defect may be addressed by submitting 
a Software Performance Report (SPR) which will 
be responded to in writing (Category B support ) 



For additional information or a demonstration of 
the TEK SPS BASIC software family, call the 
Tektronix Sales Office in your area and ask for 
your SPS Specialist 



ORDERING INFORMATION 

SOFTWARE PACKAGES 

CP57000 TEK SPS BASIC (Monitor) .. $5475 

CP57001 Signal Processing $1285 

CP57002 Graphics $975 

CP57003 R7912 Transient Digitizer 

Driver $1445 

CP57004 Digitizing Oscilloscope (DPO) 

Driver $865 

CP57005 DPO Envelope Command $350 

CP57006 79 12 AD Programmable 

Digitizer Driver $875 

CP57007 High Level Support $580 

CP57008 Assembly Level Support .... $2890 

CP57009 GPIB High Level Driver $750 

CP57010 761 2D Special 

Commands $300 



Extended memory capability is offered in 
V02XM (CP575XX) software permitting oper- 
ations which involve large arrays of data to 
be manipulated in computers having up to 
128k memory, with memory management. 
Prices are the same as V02 modules, except 
CP57500 $7125 
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Systems 

Tektronix Minicomputer-based systems offer 
combinations of Tektronix Waveform Digitizing 
instruments, flexible instrument controllers, and 
the most powerful waveform (array) processing 
BASIC software available on the market. These 
systems are tailored for medium and large scale 
experiments and for use in areas where medium 
or high power, dedicated systems are best suited 
to the task System versatility and easy-to-use 
software allow for a wide variety of tasks to be 
performed at a multi-purpose test area Large 
amounts of data storage and waveform analysis 
are manageable under the TEK SPS BASIC oper- 
ating system which handles full arrays of data as 
easily as single-valued variables. 



Instrument control and data communication are 
accomplished over the IEEE 488 (GPIB) bus, al- 
lowing for easy expandability Multiple instru- 
ments performing different functions may be 
added as needs expand or change Control or 
data busses other than GPIB may be added by 
the user and controlled by TEK SPS BASIC 
software 

Mass storage includes either floppy or hard disk 
systems for operating system, non-resident com- 
mands, data files and user program storage 
Hard copy capability may be added by ordering 
the Tektronix 4631 option to these systems 



Measurement requirements and technologies are 
changing rapidly in the dynamic fields of physics, 
optics, chemistry, biology, and electronics. Im- 
proved bandwidths, sensitivities, triggering cir- 
cuits, and storage capabilities have done a great 
deal to increase the value of oscilloscopes as 
general-purpose measurement equipment in 
these fields But in more and more applications 
scope measurements are being supplemented by 
computations to get the information in a form that 
is easy to interpret. 

Some Applications 

The development and manufacturing of today’s 
increasingly complex electronic devices require 
extensive analysis of the signals these devices 
generate and transmit. For example, performance 
and calibration of high density cartridge disks can 
be characterized using Tektronix Signal Process- 
ing Systems — providing accurate, reliable re- 
sults in seconds. Other components, such as 
semiconductors and optical fibers, have benefit- 
ed from Tektronix Signal Processing System 
analysis 

Evaluating equipment designed to be used in 
hostile environments is a growing challenge for 
today’s test and measurement technology. In the 
area of lightning effects, Tektronix Signal Pro- 
cessing Systems are used because they can 
capture randomly occurring events generated in 
such hostile environments. Other examples in- 
clude shock and vibration testing, and electro- 
magnetic pulse testing. 

High performance instrumentation and waveform 
analysis have always been required in research 
and development for the discovery and quantifi- 
cation of new phenomena. With acquisition 
bandwidths up to 14 GHz, Tektronix Signal Pro- 
cessing Systems are ideally suited for such fields 
as laser-related research, fusion research, bio- 
chemistry, ballistics and ultrasonics. 

Warranty 

Systems defined as "WP" Systems are installed at 
the user's site free of charge. On-site warranty is 
for 90 days from date of system start-up, or 120 
days from date of shipment, whichever is shorter. 
Individual instruments are warranted for one year 
at a Tektronix Service Center. Post-warranty ser- 
vice is available on a normal charge basis, or 
system components may be sent to a Service 
Center for repair 







AVAILABLE MINI-COMPUTER-BASED SYSTEMS 





7912AD 


761 2D 


PDP 1 1/23 Floppy Disk 


WP2252 


WP3202 


CP1164X/Hard Disk 


WP2251 w/options 


WP3201 




TEK 



DESKTOP COMPUTER 
BASED SYSTEMS 




The WP2110 is one of three desktop computer-based systems 

Systems 

Tektronix Desktop Computer-based Systems of- 
fer combinations of Tektronix Waveform Digitizing 
instruments and the 4052 Graphic Computing 
System. These systems are tailored especially for 
single user, small and medium scale experiments 
and for use in areas where medium power, 
dedicated, self contained systems are best suit- 
ed to the task. Each system contains the flexibility 
to be easily moved between areas or to perform a 
variety of tasks at a multi-purpose test bench 

Instrument control and data communication are 
accomplished over the IEEE-488 (GP1B) bus, al- 
lowing for easy expandability Multiple instru- 
ments of the same type or GPIB-interfaced instru- 
ments performing different functions may be 
added as needs change Data communication 
with external intelligence for additional flexibility is 
available via an RS-232C port Hard-copy capabili- 
ty from the display may be added by ordering the 
TEKTRONIX 4631 option to these systems. Raw 
and processed data and user programs may be 
stored using the integral magnetic tape, or the 
TEKTRONIX 4907 flexible disk File Manager may 
be ordered to supplement the system. 



Desktop Graphic 
Computer and Display 

The TEKTRONIX 4052 Graphic Computer has 
gained wide acceptance as a powerful data 
processing tool for system applications For rapid 
calculations this desktop computer contains a 
fast processor with microcoded floating point 

The 4052, with state-of-the-art graphics capability, 
can provide hard copies of any combination of 
text and high density graphics via an optional 
hardcopy unit. For peripheral support the 4052 
uses the GPIB and RS-232C to interface with 
additional instruments as your needs require And 
with memory expandable to 64k bytes, the 4052 
can handle lengthy programs and large amounts 
of data 



Desktop Computer Software 

4052 software is an easy-to-learn enhanced form 
of BASIC which provides the simplicity desired by 
the beginner and the flexibility and power re- 
quired by the experienced programmer Device 
independent keywords make programming input 
and output operations easy Fast matrix functions 
are also part of 4052 BASIC Special ROM Packs 
provide 15 commonly used waveform processing 
functions — from the location of waveform maxi- 
mums and mmimums to fast Fourier transforms 
And Tektronix supports the software of the 4052 
with an extensive applications software 
library— including mathematics, statistics and 
graphics packages— which aids the user in solv- 
ing measurement problems from modeling to final 
report generation 

For graphic display control, an entire set of 
commands allows graphic displays to be created 
on the 4052 For example, one ROM Pack com- 
mand provides the ability to display a complete 
array of data with a single statement 



Broad Support Completes the 
Package and Assures You of 
Continuing Value 

From signal acquisition through final display on- 
going support guarantees you the most value for 
your investment dollar The many support pro- 
grams available are yours as a part of your 
system purchase 

HANDSHAKE is a newsletter forum for users of 
TEKTRONIX programmable instruments and sys- 
tems. Published quarterly, HANDSHAKE has arti- 
cles of interest concerning applications of mea- 
surement and analysis techniques. 

SPS PROGRAMMING UPDATE is published peri- 
odically and sent to users of TEKTRONIX Signal 
Processing Systems It contains information to 
help maintain software and firmware system com- 
ponents It also contains useful programming 
hints and software and firmware product informa- 
tion. 



AVAILABLE DESKTOP COMPUTER-BASED SYSTEMS 





7854 


7912AD 


761 2D 


4052 


WP1310 


WP2110 


WP3110 



Most important of all, a staff of Signal Processing 
Systems Specialists, located at various offices, 
stand ready to assist you in all aspects of system 
specification and performance 

Tektronix complete training is offered in TEK SPS 
BASIC software and the operation of signal acqui- 
sition and processing systems 



For complete information on SPS Systems and 
Digitizers described, contact your SPS Specialist 



for data sheets and descriptive literature through 
your nearby Tektronix Sales Office 



Tektronix offers training classes in TEK SPS BASIC Soft- 
ware and the operation and maintenance of typical signal 
acquisition and processing systems. For further training in- 
formation, contact your local Sales Office or request a 
copy of the Tektronix Customer Training Catalog on the re- 
turn card 
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The 7000 Series . . . 

Superior Performance. The 7000 Series of 
plug-in laboratory instruments embodies 
more state-of-the-art performance features 
than any other oscilloscope-based measure- 
ment system The 7104 Oscilloscope fea- 
tures a 1 GHz bandwidth combined with the 
fastest rise time and writing speed available 
today. 

Flexibility. A choice of over 35 plug-ins and 
19 mainframes gives you the flexibility to 
configure the scope package to meet your 
individual needs. When your needs change, 



your present package can be reconfigured 
with a minimum of additional equipment and 
effort. 

Expandability. This assures you that the 
instrument you buy today will adapt to 
changing measurement needs, and that it 
won’t become obsolete soon after you buy 
it. Tektronix’ most recent developments in 
plug-in scope capability are: the Waveform 
Processing Oscilloscope and the 1 GHz 
High Writing Rate Oscilloscope. 






TEK 



7000 

SERIES 



SUPERIOR PERFORMANCE, FLEXBILITY AND EXPANDABILITY 



Pick The Trigger Source 




Storage 



Convenient Camera 
Mountings and 
Connections 



High Resolution 



Large, No Parallax 
Illuminated Graticules 



Calibration Standard 



Easy Display Selection 



CRT Readout 



Plug-in Flexibility 



The 7000 Series is a unique family of instrumenta- 
tion components, a continuation of the Tektronix 
committment to bringing the ultimate in measure- 
ment technology to the laboratory 

Numerous measurement concepts— oscillos- 
copy, synergistic analog-digital measurements, 
spectrum analysis, sampling, time domain 
reflectometry, curve tracing— are fused into a 
family of interdependent cathode-ray-tube 
mainframes and instrumentation plug-ins. 



A system can be tailored for your exact measure- 
ment needs Mainframes in the family offer a 
choice of popular bandwidth ranges and a wide 
selection of additional features. Plug- 
ins— including oscilloscope vertical amplifiers and 
time bases as well as instruments for a variety of 
applications— can be selected to round out your 
tailored system. 



In opposition to an industrial world that is fre- 
quently faulted for planning obsolescence, this 
instrument family strategically defers obsoles- 
cence. Each mainframe and each plug-in reflects 
the latest technology at its inception, yet each fits 
a well-planned niche in this interdependent family. 
The result is an array of instrumentation compo- 
nents that can adapt to our new developments 
while protecting your initial investment. Today s 
system may be expanded to meet future needs 
at a relatively low cost by the addition of a plug-in 
or two When the time comes to add a more 
powerful mainframe, your older model continues 
to be useful for a host of applications. 
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CRT Readout* 

All significant parameters are displayed in alpha- 
numeric characters right on the CRT. They are 
readily visible when you need them for quick 
oscilloscope measurements, and they are perma- 
nently recorded on your waveform photographs 
for future analysis When your 7000 Series Mea- 
surement System includes a digital instrument 
plug-in, the measurement is presented in clear, 
accurate digital terms, along with a correspond- 
ing analog waveform 

Bright Traces 

All 7000 Series CRTs have bright displays and 
excellent photographic writing speeds For appli- 
cations requiring maximum photographic writing 
speeds, several mainframes feature a reduced 
scan on a reduced area in the center of the CRT, 
and one uses a micro-channel plate CRT. 

Large, Illuminated 

and Parallax-Free Graticules 



Convenient Camera Mountings 
and Connections 

A standard bezel connector matches all 
TEKTRONIX Oscilloscope Cameras to 7000 Se- 
ries Mainframes 

Independent Intensity Controls 

Separate intensity controls allow for independent 
adjustment of A sweep, B sweep, and character 
readout brightness. The intensity of each sweep 
may be adjusted to a level that suits your 
application. 

Autofocus 

The trace stays in focus with changes in intensity. 
After the focus is initially set, an autofocus circuit 
reduces the need for additional adjustments. 

Adjustable Graticule Illumination 

This gives you easier viewing and sharper photos 



The display area is 8 by 10 divisions (0.85, 0.9, 
10, or 1.22 cm/div depending upon mainframe) 
with a parallax-free graticule. 

I 

‘Not available in mainframes or plug ms with ‘N‘ suffix 



Plug-ins 

Flexible Measurement Systems 

More than 35 plug-ins provide you with flexibility 
to choose just the measurement capability you 
require 

Analog/Digital Synergism 

Digital instrumentation plug-ins create 
unsurpassed measurement capabilities. Highly 
accurate digital measurements may be made at 
selectable points on complex waveforms by visu- 
ally superimposing gate waveforms over signal 
waveforms. 



Mainframes 
Calibration Standard 

All the 7000 Series Calibrators serve as a voltage 
standard for calibrating vertical plug-ins, a 1 kHz 
squarewave for adjusting probe compensation, 
and a 1 kHz frequency standard in the 7800, 7900 
and 7100 Series Mainframes. The output is avail- 
able in several dc or 1 kHz squarewave voltages 

Trigger Source Flexibility 

The left and right trigger selector mainframe 
pushbuttons route the desired trigger source to 
the appropriate time base A VERT mode position 
automatically routes whichever source has been 
chosen for vertical inputs. 

Easy Display Selection 

Vertical mode switches allow you to easily select 
the desired vertical amplifier or interaction of 
amplifiers (e g , alternate, chopped, or added 
modes) Four-compartment mainframes provide 
equivalent flexibility for time bases as well. 

Mainframe Flexibility 

Numerous options add even more flexibility in 
creating the oscilloscope system that most close- 
ly meets your measurement requirements 
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7104 NON-STORAGE 




1 GHz Bandwidth 
10 mV/div Sensitivity 
200 ps/div Sweep Speed 
20 cm/ns Writing Speed 

DUAL BEAM 




400 MHz Bandwidth 



Full Vertical and Horizontal 

Cross-over Switching 

(one input shown at two sweep speeds) 

Full Overlap on 8 x 10 cm Display 



400 MHz Dual-Beam 

Dual-beam oscilloscopes are essentially two 
oscilloscopes in one. Each beam operates sepa- 
rately and independently of the other They are 
required for many applications where two tran- 
sient events must be compared simultaneously. 
These application areas include stimulation and 
reaction events in such fields as medicine, biol- 
ogy, chemistry, engineering mechanics, to name 
just a few 

Depending on the plug-ins selected, up to eight 
traces can be displayed at a time. 



SAMPLING/TIME DOMAIN 
REFLECTOMETRY 




Equivalent Bandwidth to 14 GHz 

Sweep Speeds to 10 ps/div 

High-Resolution 45 ps TDR: 7S12 

Self-Contained 1 GHz dual-trace sampler: 
7S14 

Digital processing for sampling and TDR 
with 7854/7S12 



DIGITAL READOUT 
MEASUREMENTS 




Sample and Hold Dvm Measures 
Voltage Difference between Two 
Points on Complex Waveform (gate 
waveform indicates two points — 
leading and trailing edges — where 
voltage difference is made — 

+0.737 V) 

Readout Unit Identifies this Waveform 
as TEST DATA-PHOTO 17 

Counter/Timer Measurement with 
Analog Display 



Digital Measurement Plug-ins 

The 7000 Series Digital Plug ms include A univer- 
sal counter/timer, digital multimeter with tempera- 
ture mode, digital delay by time or events, a 
versatile 0.01% A/D converter with vertical amplifi- 
er, and a special read-out unit to label each test 
for future reference. Together with a 7000 Series 
Mainframe, these give you the advantage of 
seeing what you’re measuring, plus accuracy of 
digital techniques 

This combination offers many advantages over 
separate test units. You get: scope-controlled 
digital measurements, measuring convenience 
and confidence, increased accuracy, easier and 
faster solutions to complex problems, a lower 
dollar investment, more bench space and signal 
conditioning 

Sampling 

The 7000 Series Sampling Rug-ms provide some 
unique measurement capabilities not available in 
other sampling oscilloscopes. You get: A low-cost 
storage CRT for slow scans, a random mode that 
lets you see leading edges with pretrigger or 
bandwidth-limiting delay line, a wide choice of 
sampling heads at minimal cost, and the conve- 
nience of sampling and conventional displays at 
the same time on the CRT. 

The adjacent sampling waveform shows the pow- 
er of the 7S12 TDR plug-in with the 7854 Digital 
Storage Oscilloscope First, the 7854 acquired the 
TDR signal from a prototype connector design, 
using waveform averaging to eliminate noise on 
the trace. Then, positioning the 7854 cursors to 
the area of interest on the waveform, the internal 
7854 program calculates an impedance of 52.41 
D at the discontinuity 

Spectrum Analysis 

Unexcelled plug-in performance from 20 Hz to 60 
GHz is provided by the 7L5, 7L14 and 7L18 
Spectrum Analyzers Stable, sensitive and 
spurious-free, these analyzers work in any 7000 
Series Mainframe The same mainframe may be 
used with other plug-ins for oscilloscope 
measurements 

Some plug-in analyzers have microprocessor-aid- 
ed controls for easy operation, and digital storage 
and display capability for recalling and comparing 
signals Others offer 30 Hz resolution for viewing 
close-together signals Some optional tracking 
generators are available for swept frequency 
measurements 

Refer to the Spectrum Analyzer section beginning 
on p 1 18 for more information. 

CRT Storage 
See page 169. 

Digital Storage 
See page 176 



Compare Digital Measurement with 
Analog Display 









TCV 7000 SERIES 
I Ll\ REFERENCE 



7000 SERIES 

OSCILLOSCOPE SYSTEMS/PROBE SELECTION CHART* 





PASSIVE VOLTAGE 1 Mli INPUT COMPATIBLE 


PASSIVE VOLTAGE 
50 U INPUT COMPT 


FET PROBES 50 0/1 MQ 
INPUT COMPATIBLE 


CURRENT PROBES 


PROBE 


P9101 


P6106 


P6055 


P6009 


P6015 


P6062B 


P6105 


P9058 


P6057 


P6202A— 


P6046 


P9201 


w/passive 


w/passive 


P6302/ 




1 Meter 


1 Meter 


3.5- 


9 


10' 


6 


P6108 


6' 


6’ 


2 Meter 


8' 


8' 


term 


term 


AM 503 






P6053B 










2 Meter 












P6021 


P6022 


9' 






3.5* 






















5* lOmV/mA 


5* 10 mV/mA 




FEATURES 


Miniature 


Fastest 


Adj 


1.5 kV Com- 


40 kV Pk 


Selectable 


Miniature 


Fastest 10X 


Fastest 


10-MU Input 


Differential 


Low Capaci- 


Ac High 


Ac High 


Dc High 




Probe 


Probes 


Attenuation 


patibllity 


Pulse 


Attenuation 


Probe 


Passive 


100X Pas- 


Impedance 


Probe High 


tive Loading 


Current 


Frequency 


Current 






Compatible 


for 




Com- 


1 X : 1 0X 




Probe 


sive Probe 


Dc. Off- 


Cmrr 


Ac Coupling 












with 1-MU 


Differential 




patibility 






Low C 


Low C 


set 




Dc Offset 












Input 


Use 


























ATTENUATION 


IX 


10X 


10X 


100X 


1000X 


Selectable 


10X 


10X 


100X 


Selectable 


Selectable 


Selectable 


Selectable 


Selectable 


Selectable 


7A19 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


500 MHz 


480 MHz 


300 MHz 


100 MHz 


430 MHz 


Nc 


Nc 


50 MHz 


7104 7A2 « 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


350 MHz 


350 MHz 


300 MHz 


100 MHz 


310 MHz 


Nc 


Nc 


45 MHz 


7A26 


34 MHz 


175 MHz 




125 MHz 


75 MHz 




100 MHz 






185 MHz 


90 MHz 


195 MHz 


60 MHz 


140 MHz 


50 MHz 


7A29 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


950 MHz 


800 MHz 


450 MHz 


100 MHz 


660 MHz 


Nc 


Nc 


50 MHz 


7A11* 


Nc 


Nc 


Nc 


Nc 


Nc 




Nc 












55 MHz 


150 MHz 


45 MHz 


7A13 


34 MHz 


105 MHz 


65 MHz 


85 MHz 


65 MHz 




75 MHz 




105 MHz 


105 MHz 


70 MHz 


105 MHz 


50 MHz 


90 MHz 


45 MHz 


7900 7A15A 


34 MHz 


75 MHz 




70 MHz 


60 MHz 


75 MHz 


75 MHz 




80 MHz 


80 MHz 


60 MHz 


75 MHz 


45 MHz 


70 MHZ 


40 MHZ 


FAMILY 7A16A 


34 MHZ 


200 MHz 




130 MHz 


80 MHz 








205 MHz 


205 MHz 


90 MHz 


215 MHz 


55 MHz 


150 MHz 


45 MHz 


7A19 


34 MHz 


75 MHz 




70 MHz 


60 MHz 


75 MHz 


75 MHz 




75 MHz 


75 MHz 


60 MHz 


75 MHz 


45 MHz 


70 MHZ 


40 MHz 


7A19 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


NC 


500MHZ 


480 MHz 


300 MHz 


95 MHz 


430 MHz 


Nc 


Nc 


50 MHz 


7A22 


1 MHz 


Nc 


1 MHz 






1 MHz 














1 MHZ 


1 MHz 


1 MHz 


7A24 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


350 MHz 


350 MHz 


290 MHz 


90 MHz 


310 MHz 


Nc 


Nc 


45 MHz 


7A29 


34 MHZ 


175 MHz 




125 MHz 


75 MHz 










185 MHz 


85 MHz 


180 MHz 


55 MHz 


140 MHz 


45 MHz 


7A11 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 












55 MHz 


130 MHz 


45 MHz 


7A13 


34 MHz 


95 MHz 


65 MHz 


85 MHz 


60 MHz 




100 MHz 






100 MHz 


70 MHz 


100 MHz 


50 MHz 


85 MHz 


45 MHz 


7A15A 


34 MHz 


75 MHz 




70 MHz 


55 MHz 


75 MHz 


75 MHz 






80 MHz 


60 MHz 


80 MHz 


45 MHz 


70 MHZ 


40 MHz 


7900 7A16A 


34 MHz 


160 MHz 




110 MHz 


75 MHz 




100 MHz 






170 MHz 


85 MHz 


165 MHz 


55 MHz 


130 MHz 


45 MHz 


FAMILY 7A18 


34 MHz 


85 MHz 




80 MHz 


60 MHz 


85 MHz 


85 MHz 






75 MHz 


65 MHz 


90 MHz 


45 MHz 


70 MHz 


40 MHz 


7A19 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


400 MHz 


400 MHz 


320 MHz 


95 MHz 


360 MHz 


Nc 


Nc 


50 MHz 


7A22 


1 MHz 


Nc 


1 MHz 


1 MHz 


1 MHz 


1 MHz 


1 MHz 












1 MHz 


1 MHz 


1 MHz 


7A24 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


300 MHZ 


300 MHz 


270 MHz 


90 MHz 


280 MHZ 


Nc 


Nc 


45 MHz 


7A26 


34 MHz 


145 MHz 




105 MHz 


75 MHz 




100MHZ 






150 MHz 


85 MHz 


155 MHz 


55 MHz 


125 MHz 


45 MHz 


7A11 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 












55 MHz 


125 MHz 


45 MHz 


7A13 


34 MHz 


100 MHz 


65 MHz 


85 MHz 


65 MHz 




70 MHz 






100 MHz 


70 MHz 


100 MHz 


50 MHz 


85 MHz 


40 MHz 


7A15A 


34 MHz 


70 MHz 




65 MHz 


55 MHz 


70 MHz 


70 MHz 






75 MHz 


55 MHz 


70 MHz 


45 MHz 


70 MHz 


40 MHz 


7704A 7A16A 


34 MHz 


145 MHz 




115 MHz 


75 MHz 




100 MHz 






160 MHz 


80 MHz 


150 MHz 


55 MHz 


125 MHz 


45 MHz 


7A1S 


34 MHz 


75 MHz 




70 MHz 


60 MHz 


75 MHz 


75 MHz 






75 MHz 


60 MHz 


75 MHz 


45 MHz 


70 MHz 


40 MHz 


7A19** 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


250 MHz 


250 MHz 


220 MHz 


85 MHz 


215 MHz 


Nc 


Nc 


45 MHz 


7A22 


1 MHz 


Nc 


1 MHz 






1 MHz 


1 MHz 












1 MHz 


1 MHz 


1 MHz 


7A24 


Nc 


Nc 




Nc 


Nc 


Nc 


Nc 


200 MHz 


200 MHz 


185 MHz 


80 MHz 


180 MHz 


Nc 


Nc 


45 MHz 


7A26 


34 MHz 


140 MHz 




105 MHz 


75 MHz 




100 MHz 






160 MHz 


80 MHz 


140 MHz 


55 MHz 


115 MHz 


45 MHz 


7A11 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 


Nc 












50 MHz 


85 MHz 


40 MHz 


7A13 


34 MHz 


75 MHz 


55 MHz 


60 MHz 


55 MHz 


70 MHz 


70 MHz 






75 MHz 


55 MHz 




45 MHz 


70 MHz 


40 MHz 


7600 7A15A 


34 MHz 


60 MHz 




55 MHz 


50 MHz 


60 MHz 


60 MHz 






65 MHz 


50 MHz 




40 MHz 


60 MHz 


35 MHz 


FAMILY 7A16A 


34 MHz 


95 MHz 




85 MHz 


65 MHz 


95 MHz 


95 MHz 






100 MHz 


70 MHz 




50 MHz 


85 MHz 


40 MHz 


7A19 


34 MHz 


70 MHz 




65 MHz 


55 MHz 


70 MHz 


70 MHz 






75 MHz 


55 MHz 




45 MHz 


70 MHz 


40 MHz 


7A22 


1 MHz 


Nc 


1 MHz 






1 MHZ 


1 MHz 












1 MHz 


1 MHz 


1 MHz 


7A26 


34 MHz 


95 MHz 




85 MHz 


65 MHz 


95 MHz 


95 MHz 






100 MHz 


70 MHz 




50 MHz 


85 MHz 


40 MHz 



*Not«: The value* in the above table represent the approximate useful If there is no bandpass specified the probe/plug-in combination is compatible 

frequency response for the measurement systems at the probe tip. but not recommended. 

•* — Option 09 Mainframe 

Nc = Not compatible 

••• = Requires 1101 Power Supply when used with 7934 , 7954 , 7903 , 7933, 

7023 or 7613. 



RECOMMENDED COMBINATIONS 7000 SERIES MAINFRAMES AND TIME BASES 




MAINFRAME 




7104 


7904 

R7903 


7844/ R 
7854 
7834 


7704A 

R7704 


7603/ R 


7603N11 


7633/ R 
7623A/R 


761 3/ R 


Time Base 


PERFORMANCE FEATURE 


• INDICATES RECOMMENDED COMBINATION 


7B50A 


Single time base 










• 


• <« 


• 


• 


7B53A 


Dual time base with mixed sweep 










• 


• 12) 


• 


• 


7B53A Opt 05 


7B53A with tv sync triggering 










• 


• <2) 


• 


• 


7B80 


Single time base (used also as 
delayed time base) 




• 


• 


• 










7B85 


Single time base with delaying and A 
delay sweep function 




• 


• 












7B92A 


Dual time base with display switching 




• 


• 


• 10 










7B10 


Single time base (used also as 
delayed time base) 


• 


• 


• 


• 










7B15 


Single time base with delaying and A 
delay sweep function 


• 


• 


• 


• <» 











'No trace separation on R7704 only. 
2 No mainframe readout. 
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7000 SERIES VERTICAL SYSTEM SPECIFICATIONS 



PLUG-IN AMPLIFIER 




7A11 


7A13 


7A15A 


7A1IA 


7A17 


7A18 


7A19 


7A22 


7A24 


7A28 


7A29 


PAGE 




187 


186 


if? 


TP 


iff 


185 


188 


187 


188 


185 


188 


PERFORMANCE 




Low-capaci- 


Differential 


Low cost 


Wide band- 


Low cost. 


Dual- 


Wide band- 


Dc-coupled. 


Dual- 


Dual- 


Widest 


FEATURE 






tance FET 


dc offset, 


conven- 


width con- 


easy to 


channel 


width 50 U 


high-gain 

differential 


channel 


channel 


Bandwidth 








probe 


high-freq 


tional 


ventional 


customize 


amplifier 


input 


50 W 


amplifier 


Singla 








amplifier 


cmrr ampli- 


input 


input 


amplifier 


amplifier 


amplifier 


amplifier 


Channel 










tier 


amplifier 


amplifier 
















MIN DEFL 






5 mV/div 


1 mV/div 


5 mV/dlv 


5 mV/dlv 


50 mV/div 


5 mV/div 


10 mV/div 


10 aV/div 


5 mV/dlv 


5 mV/dlv 


10 mV/dlv 


FACTOR 










(0.5 mV/div)' 














ACCURACY' 




2% 


1.5% 


2% 


2% 





2% 


3% 


2% 


2% 


2% 


2% 


WITHOUT 


PROBE 




(integral) 






















100 MHz P6053B* 












1 MHz 
± 10% 

300 ns 
± 9% 








7100 
FAMILY 
(0 # C to 


7104 


BW 


250 MHz 


100 MHz P6 1 06 * * 
65 MHz P6055 
3 5 ns P6053* 


80 MHz 


225 MHz 


150 MHz 


75 MHz 


600 MHz 


400 MHz 


200 MHz 


1000 MHz 


35*C) 




Tr 


1.4 ns 


3.5 ns P6106* * 
5.4 ns P6055 


4.4 ns 


1.6 ns 


2.4 ns 


4.7 ns 


0 6 ns 


0.9 ns 


1.8 ns 


0.36 ns 










105 MHz P6053B* 












1 MHz 
± 10% 












BW 


250 MHz 


105 MHz P6106* * 


80 MHz 


225 MHz 


150 MHz 


75 MHz 


500 MHz 


350 MHz 


200 MHz 


500 MHz 










65 MHz P6055 
















7900 


7904 
R7903 
7912AD' • 






3.4 ns P6053B* 












350 ns 
± 9% 








FAMILY 
(0*C to 


Tr 


1.4 ns 


3.4 ns P6106** 

5.4 ns P6055 


4.4 ns 


1.6 ns 


2.4 ns 


4.7 ns 


0 6 ns 


1.0 ns 


1.8 ns 


0.6 ns 


30 - C) 


SIG OUT 

BW 


140 MHz 


100 MHz P6053B* 
100 MHz P6106* * 
65 MHz P6055 


70 MHz 


140 MHz 


15 MHz 


70 MHz 


300 MHz 


1 MHz 
± 10% 


140 MHz 


140 MHz 


300 MHz 










100 MHz P6053B* 












1 MHz 
± 10% 












BW 


200 MHz 


100 MHz P6106* * 


80 MHz 


200 MHz 


150 MHz 


75 MHz 


400 MHz 4 


300 MHz 


180 MHz 


400 MHz 


7800 
FAMILY 
(0°C to 
35*C) 


7844/ R 


Tr 


1.8 ns 


65 MHz P6055 
3 5 ns P6053B* 
3 5 ns P6106** 
5 4 ns P6055 


4.4 ns 


1.8 ns 


2.4 ns 


4.7 ns 


0.9 ns 


1.2 ns 


19 ns 


0 9 ns 


350 ns 
± 9% 


7854’ 


BW 


200 MHz 


95 MHz P6053B* 
95 MHz P6106* * 
65 MHz P6055 


80 MHz 


200 MHz 


150 MHz 


75 MHz 


400 MHz 4 


1 MHz 
± 10% 


300 MHz 


180 MHz 


400 MHz 






7834 


Tr 


1.8 ns 


3.7 ns P6053B* 
3.7 ns P6106* * 
5.4 ns P6055 


4.4 ns 


1.8 ns 


2.4 ns 


4.7 ns 


0.9 ns 


350 ns 
± 9% 


1.2 ns 


1.9 ns 


0.9 ns 










100 MHz P6053B* 












1 MHz 
± 10% 












BW 


170 MHz 


100 MHz P6106* * 
65 MHz P6055 


75 MHz 


170 MHz 


150 MHz 


75 MHz 


250 MHz* 


200 MHz 


170 MHz 


250 MHz 




77 04 A 
Opt 9 
(0«C to 
30*C) 


Tr 


2.1 ns 


3.5 ns P6053B * 
3.5 ns P6106** 
5.4 ns P6055 


4.7 ns 


2.1 ns 


2.4 ns 


4.7 ns 


1.5 ns 


350 ns 
± 9% 


1.8 ns 


2.1 ns 


1.5 ns 






SIG OUT 

BW 


70 MHz 


60 MHz P6053B* 
60 MHz P6106* * 
50 MHz P6055 


55 MHz 


70 MHz 


15 MHz 


55 MHz 


80 MHz 


1 MHz 
± 10% 


70 MHz 


70 MHz 


80 MHz 










100 MHz P8053B* 












1 MHz 
± 10% 












BW 


170 MHz 


100 MHz P6106* * 


75 MHz 


160 MHz 


150 MHz 


75 MHz 


200 MHz 


200 MHz 


150 MHz 


200 MHz 










65 MHz P6055 


















7700 

FAMILY 


7704A 
(0°C to 
50°C) 


Tr 


2.1 ns 


3.5 ns P6053B* 
3 5 ns P6106* * 
5 4 ns P6055 


4.7 ns 


2.2 ns 


2.4 ns 


4.7 ns 


1.8 ns 


350 ns 
± 9% 


1.8 ns 


2.4 ns 


1.6 ns 




SIG OUT 

BW 


70 MHz 


60 MHz P6053B* 
60 MHz P6106** 
50 MHz P6055 


55 MHz 


70 MHz 


15 MHz 


55 MHz 


80 MHz 


1 MHz 
± 10% 


70 MHz 


70 MHz 


80 MHz 










100 MHz P6053B* 












1 MHz 
± 10% 












BW 


150 MHz 


100 MHz P6106* * 


75 MHz 


150 MHz 


150 MHz 


75 MHz 


175 MHz 


160 MHz 


140 MHz 


175 MHz 










65 MHz P6055 




















R7704 






3 5 ns P6053B* 












350 ns 
± 9% 










(0°C to 


Tr 


2.4 na 


3 5 ns P6106* * 


4.7 ns 


2.4 ns 


2.4 ns 


4.7 ns 


2.0 ns 


2.2 ns 


2.5 ns 


2.0 ns 




50 # C) 






5.4 ns P6055 






















SIG OUT 

BW 


60 MHz 


55 MHz P6053B* 
55 MHz P6106* * 


50 MHz 


60 MHz 


15 MHz 


50 MHz 


65 MHz 


1 MHz 
± 10% 


60 MHz 


60 MHz 


65 MHz 










45 MHz P6055 




















7603/R 
7633/R 
(0®C to 
50°C) 


BW 


100 MHz 


75 MHz P6016 
55 MHz P6055 


65 MHz 


100 MHz 


100 MHz 


75 MHz 


100 MHz 


1 MHz 
± 10% 


100 MHz 


100 MHz 


100 MHz 




7623A/R 


























7600 

FAMILY 


7813/R 
(0 # C to 


Tr 


3.5 ns 


5.0 ns P6016 
6 4 ns P6055 


5.4 ns 


3.5 ns 


3.5 ns 


4.7 ns 


3.5 ns 


350 ns 
± 9% 


3.5 ns 


3.5 ns 


3.5 ns 


and 


50°C) 


























STORAGE 

FAMILY 


7S03N1 1* 
(0 # C to 
50°C) 


SIG OUT 

BW 


60 MHz 


55 MHz P6016 
45 MHz P6055 


50 MHz 


60 MHz 


15 MHz 


50 MHz 


65 MHz 


1 MHz 
± 10% 


60 MHz 


60 MHz 


65 MHz 




7812D* 


BW 


80 MHz 


65 MHz 


60 MHz 


80 MHz 




65 MHz 


80 MHz 


1 MHz ±10% 


80 MHz 


80 MHz 


80 MHz 




(0»C to 
snort 


Tr 


5.0 ns 


6.0 ns 


6 7 ns 


5.0 ns 




6.0 ns 


5.0 ns 


350 ns ±9% 


5.0 ns 


5.0 ns 


5.0 ns 



(Calculated) 



System Environmental Specification!. Operating altitude to 15,000 feet. Non- 
operating to 50.000 feet. 

'Accuracy percentages apply to all deflection factors. Plug-In gain must be 
set at the deflection factor designated on each plug-in. When a probe is 
used, the gain must be set with the calibration signal applied to the probe 
tip. The calibration signal is supplied by an external calibrator whose 
accuracy is within 0.25%. 

'Obtained with 10X gain at reduced bandwidth of 10 MHz 

'Refer to Transient Digitizer. 7912AD not available with signal outputs. 



‘Bandwidth is 325 MHz to 10 mV/dlv. 

‘Bandwidth Is 200 MHz at 10 mV/div. 

‘All 7000 Series Plug-ins are compatible with the 7603N Opt 11. However, 
they do not meet the rigid environmental specifications required by the 
military. 

'Bandwidth with equivalent time sampling and time display only. 

•Fully programmable mainframe. 7A16P Programmable Amplifier recom- 
mended. 7A16P provides 200 MHz. 1.8 ns in 7912AD and 80 MHz. 5.0 ns in 
7812D. see page 113. 



•P6053B has Trace Identify 
••P6106 has Ground Reference 



DIMENSIONS AND WEIGHTS 7000 SERIES MAINFRAMES AND PLUG INS 

7833. R7833, 

7623A. R7623A, PLUG-INS 



Dimensions 




7612D 


7912AD 


*7854 


7104 


7904 


R7903 


7844 


R7844 


7834 


7704A 


R7704 


7603 


R7603 


7603NMS 


7613 


R7813 


SINGLE DOUBLE 


Height 


cm 


17.8 


17.8 


34 8 


34.5 


34.3 


13.5 


32 8 


17.8 


34.5 


34.5 


17.8 


29.0 


13.3 


292 


30.5 


13.3 


12.7 


12.7 


in 


7 


7 


13.7 


13.6 


13.5 


5.3 


12.9 


7.0 


13.6 


13.6 


7.0 


11.4 


5.25 


11.5 


12.0 


5.25 


5.0 


5.0 


Width 


cm 


48 3 


48 3 


30 5 


30 5 


30 5 


48 3 


30.5 


48 3 


30.5 


30.5 


48 3 


22.1 


48 3 


24.6 


21 2 


48.3 


7.1 


14.0 


in 


19 


19 


12 


12.0 


12.0 


19.0 


12.0 


19.0 


12.0 


12.0 


19.0 


8.7 


190 


9.7 


8 7 


19.0 


28 


5.5 


Length 


cm 


67.9 


67.9 


62.7 


59.2 


59 2 


579 


60.5 


63.0 


58.9 


57.7 


569 


61.0 


82.7 


64 0 


597 


56.6 


368 


36 8 


in 


26.75 


26.75 


24.7 


23.5 


23.3 


228 


23 8 


24 8 


23.2 


22.7 


22.4 


24.0 


24.7 


25.2 


23 5 


22.3 


14.5 


14.5 


Weights (approx) 


kg 


25 


22.7 


20.4 


19.8 


14.5 


12 3 


18.3 


15.0 


16.1 


13.6 


20.0 


13.6 


13.6 


20.4 


13.6 


14.5 


0.9 


4.1 


Net 


lb 


55 


50 


45 


43.6 


32 


27 


36 


33 


35.5 


30 


44 


30 


30 


45 


30 


32 


2 


9 


Shipping 


kg 




32.6 


28.1 


25 4 


20 


236 


21.3 


28.5 


21.3 


19.5 


35.0 


20 8 


28.2 


32.7 


190 


28 2 


2.3 


5.4 


lb 




72 


62 


56 


44 


52 


47 


63 


47 


43 


77 


46 


62 


72 


42 


62 


5 


12 



*7854 Calculator dimensions and weights. Height 2.7 in. (6.9 cm). Width 10.9 in. (27.7 cm). Length 6.5 in. (16.5 cm). 
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TEK REFERENCE 



7000 

SERIES 





TEK Lab Cart Model 3 

Model 3 Lab Cart accepts all 7000 Senes 
Oscilloscopes A lockable drawer for storage and 
a movable shelf for additional instrumentation are 
included The shelf accepts TM 500 Test and 
Measurement Instruments, 5000 Series 
Oscilloscopes, or 400 Series Oscilloscopes 



For full details see SCOPE-MOBILE* Cart section, 
page 344 



SUMMARIZED CAMERA CHARACTERISTICS 









LENS 


FILM BACKS 


RECOM- 

MENDED 

CAMERA 


OSCILLO- 

SCOPES 


PERFORMANCE 

FEATURES 

AND 

BENEFITS 


MAXIMUM 

RELATIVE 

APERTURE 


MAG 


RELATIVE 

SPEED* 


FIELD OF VIEW 
(with 3.25 x 4.25 in 
Polaroid Film 
except 
where noted) 


ORDI- 

NARILY 

USED 


OPTIONAL AND 
INTER- 
CHANGEABLE 


PRICE 

with 

Pack 

back 


C-51P 


7904, R7903, 
7844, 7704A 
7854 


Fastest writing speed 
with 0.5 mag lens. 


f/1.2 


0.5 


3.0 


8x10 cm/ 
3.15 x 3.93 in 


Polaroid 

Pack 


4 x 5 in Graflok 


$1935 


C-53P 


All except 
7603 

7603N1 IS 


General-purpose 
with 0.85 mag lens. 


f/1.9 


0.85 


1.0 


8x10 cm/ 
3.15 x 3.93 in 


Polaroid 

Pack 


4 x 5 in Graflok 


$1590 


C-59AP 


7603 

7603N1 IS 


General-purpose 
at low price. 


f/2.8 


0.67 


0.65 


10.2 x 12.7 cm/ 
4 x 5 in 


Polaroid 

Pack 


4 x 5 in Graflok 


$1165 


C-5C 


All 


Low cost. 


f/16 


0.67 or 
0.85 
select- 
able 


0.02 


9.76 x 12.2 cm 


Polaroid 

Pack 


None 


$500 



•Relative light-gathering power. 

C-50 Series Camera Adapter, part number 016-0249-03, included with camera 
For full details see Camera section, page 321 



Following is a list of currently available Application Notes for 7000 Series. 



Title 


Featuring 


Part No. 


ULTRASONIC MEASURE- 
MENTS with digital accuracy 


7603/7A22/7D15/7B53A 
Timing measurements between 
non-adjacent pulses. Ultrasonic 
transducers 


AX-3681 


EASIER, FASTER, MORE 
ACCURATE Oscilloscope 
timing measurement 


7B85/7B80 

Delayed sweep & delta 
time measurements 


A-3269 


X-Y DISPLAYS with interval 
timing for measuring S0A 


7D15/7A18/7A22 
X-Y power dissipation 
measurements 


AX-3957 


DAC MEASUREMENTS: 
The sampling oscilloscope 
approach 


7S14/7D12/M2/7B92A/7904 
Measuring DAC (digital analog 
converter) settling time 


AX-3632 


SCR GATING WAVEFORM 
MEASUREMENTS with high- 
resolution digital accuracy 


7D12/M2/7A16A (four compart- 
ment main frames) SCR 
measurements. Absolute and 
relative (two point) voltage 
monitoring 


A-2693 


Digital delay in an oscilloscope 
makes your radar pulse time 
delay measurements quicker, 
easier, and more accurate 


7D1 1 

The measurement of radar 
pulse delay time is given as an 
example of 7D11 operation 


AX-2659-2 


Measuring time interval 
between non-adjacent digital 
word train pulses or multi-echo 
radar pulses 


7D15 

Demonstrates the ability of the 
7D15 to measure the time 
between adjacent pulses with 
digital counter accuracy 


AX-2680-2 


Measuring memory core I/O 
signals with digital accuracy 


7000 Series Digital Plug-ins 
Demonstrates how digital 
plug-ins can be used to make 
accurate pulse parameter 
measurements both of ampli- 
tude and pulse timing 


AX-2686- 1 


Measuring disc drive time and 
access voltages with Tektronix 
7000 Series Digital Plug-ins 


7000 Series Digital Plug-ins 
Use a single CRT display to 
perform both digital and 
analog analysis of complex 
waveforms 


AX-2687-1 



Title 


Featuring 


Part No. 


DIGITAL INSTRUMENTS 
combined within Tektronix 
Oscilloscope give unparalleled 
accuracy and capability 


7000 Series digital plug-ins 
(counter-timers, DVM’s, tem- 
perature probes, sample-hold 
modules) with application 
examples. 


A-3002 


MEASUREMENT VARIETY 
An Engineering challenge 
featuring the 7854 


7854/WAVEFORM 
CALCULATOR 
demonstrating basic opera- 
tion, application software for 
percent overshoot, data 
monitoring and histogram. 


AX-4281 


GPIB COMMUNICATION 
with the 7854 


7854/4052 and 7854/4924 
types of I/O transfers, trans- 
mission formats, and opera- 
tional software in TEK Basic 
compatible with any 4050 
Series computer 


AX-4416 


Pulse and digital timing meas- 
urements — a better technique 


7B80/7B85 

General overview of the opera- 
tion of the 7B85 and 7B80 
Delta-Time Measurement 
Plug-ins 


AX-3379-1 


Using storage to find trouble- 
some logic glitches 


7633 

Shows how the 7633 Storage 
Oscilloscope can be used to 
capture and evaluate glitches 


AX-3085 


Variable persistence storage 
applications 


7613/5441 

Describes various applications 
for variable persistence 
storage oscilloscopes 


AX-3198 


Bistable storage applications 


Tektronix Storage Oscillo- 
scopes. Describes various 
applications for bistable 
storage oscilloscopes 


AX-3199 


Introduction to 7854 Oscillo- 
scope Measurement to Pro- 
gramming Techniques 


7854 Programming Techniques 


AX-4682 
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7000 SERIES 
NON-STORAGE MAINFRAMES 




CONTENTS 



7104 1 GHz General Purpose 156 

7904/R7903 500 MHz 

General Purpose 1 58 

7 844/ R 7 844 400 MHz Dual Beam 160 

7704A/R7704 200 MHz General Purpose .162 

7603/R7603 100 MHz General Purpose 164 

7603N1 1 S Ruggedized 

Oscilloscope System 166 



A high performance instrument system be- 
gins with the basic oscilloscope building 
block — the 7000 Series Mainframe. Each 
mainframe consists of a cathode-ray tube, a 
power supply, electron beam deflection sys- 
tems, and the switching circuitry necessary 
to integrate a versatile and complete mea- 
surement system. 

The TEKTRONIX 7104 is a 1 GHz oscillo- 
scope featuring the fastest rise time (350 
ps) and writing speed (20 cm/ns) available 
today. 

Choose from a variety of features, including 
bandwidth, dual-beam, alphanumeric dis- 
plays, rackmounting, and three- or four- 
plug-in flexibility. 





TPU' 1 GHz 

I Ll\ GENERAL PURPOSE OSCILLOSCOPE 




The 7104 has both the highest writing speed and 
highest bandwidth available in a general-purpose 
oscilloscope today 

The 7104 with 7A29 Amplifier plug-ins provides 1 
GHz realtime vertical bandwidth at 10 mV/div 
Combined with the 7B10/7B15 Time Base plug- 
ins, having fastest sweep speeds of 200 ps/div, 
very high-speed signals can now be measured 
with confidence 

The 7104 s outstanding writing speed means 
unsurpassed single-shot capability, with trace 
brightness about one-thousand times that of 
conventional oscilloscopes Any single-shot signal 
within the 7104' s bandwidth can be seen directly 
on the CRT in average room light. Also, single- 
shot photography is now simple and 
straightforward, using standard oscillographic 
cameras and film without high-speed enhance- 
ment techniques. 



Horizontal bandwidth of 350 MHz, with the X-Y 
phase compensation Option 02, gives accurate 
X-Y displays to 250 MHz Designers can now 
directly obtain V-l curves for high-speed switching 
power supply evaluation or monitor performance 
of digital communication systems using phase 
constellation displays 
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TEK 



7000 

SERIES 



VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments; compatible 
with all 7000 Series Plug-ins. Bandwidth determined by main- 
frame and piug-in unit. 

Vertical Display Modes — LEFT. ALT. ADD. CHOP. RIGHT 
Chopped Mode — Repetition rate is = 1 MHz 
Vertical Trace Separation — Operative when any vertical sig- 
nal is displayed with both A and B time bases Positions B 
trace at least 4 div above and below A trace 
Delay Line — Permits viewing leading edge of displayed 
waveform. 

HORIZONTAL SYSTEM 

Channels — Two right-hand piug-in compartments, compati- 
ble with the time bases of the 7B10 and 7B80 Senes and the 
7B50A and 7B92A The 7B50 Senes (except the 7B50A). the 
7B70 Series and the 7B92 (non A) are not recommended 7000 
Series Vertical Amplifiers and specialized plug-ins may also be 
used 

Horizontal Display Modes — A. ALT, CHOP. B 

Fastest Calibrated Sweep Rate — 200 ps/div with the 7B10 

or 7B15. 

Chopped Mode — Repetition rate is = 200 kHz. 

Bandwidth — Dc to 350 MHz. With delay compensation (7104 
Option 02 using 7A19s or 7A29s, at least one of which has the 
Vanable Delay Option. B Honzontal compartment only), within 
2° from dc to 50 MHz after adjusting variable delay for balance 
at 35 MHz. Phase balance can be obtained at any frequency up 
to 250 MHz. Phase shift is within 2° from dc to 50 kHz without 
delay compensation. 



Horizontal Bandwidth: 350 MHz 




The transient load line of a fast switching transistor 
in a power supply prototype (switching tlme = 10 ns) 
is easily measured for compliance with safe operating 
area. (Horizontal=V; vertical = I ). 



CRT AND DISPLAY FEATURES 

CRT — Internal 8 x 10 div (0.85 cm/div) graticule with variable 
illumination. Accelerating potential is 12.5 kV with P31 Phos- 
phor standard 

Readout and Graticule Modes — Each continuous or pulsed 
(pulse source selecton by front panel controls: -i-Gate. exter- 
nal. manual). The pulsed graticule is on for 3=0.5 s. 

Min Photographic writing speed (using Polaroid film 
type 106, 20,000 ASA w/out film fogging) — 20 cm/ns (w/o 
blue filter). Phosphor standard P31. Camera: TEKTRONIX 
C-53. f/1.9, 1:0.85 lens 

Autofocus — Reduces the need for additional manual focusing 
with changes in intensity after focus control has been set. 
Beam Finder — Limits display within graticule area. 

External Z-Axis Input — 2 V p-p for full intensity range. A 
positive signal blanks the trace. Max input voltage is 15 V (dc 
+ peak ac) and p-p ac. Input is dc coupled 



1 GHz at 10 mV/div 




Circuit faults such as high frequency pulse overshoot 
and ringing can easily be observed with the 7104's 1 
GHz bandwidth. 



Writing Speed: 20 cm/ns 




View of a single clocking pulse 0.6 ns rise and 2 ns 
pulse width. 



CALIBRATOR 

Voltage Output — Squarewave positive-going from ground 
Ranges are 40 mV. 0.4 V. and 4 V into 100 kfl; 4 mV, 40 mV. 
and 0.4 V into 50 fl. Amplitude accuracy is within 1%; repetition 
rate is 1 kHz within 0.25%. 

Current Output — 40 mA rectangular waveshape with optional 
current-loop accessory (012-0341-00) connected to calibrator 
output. Output R is 450 il. 

Plug-in Compatibility 




Plug-in compatibility. The 7104 is compatible with 
standard 7000 Series plug-in units that provide for full 
7104 system performance. 

The 7D01 and 7D02 Logic Analyzers are not recommended 
for use with the 7104 Mainframe. Such use will void the 
7104 warranty. 



Distinct Image Viewing 




A digital circuit that shows no iitter on a conventional 
oscilloscope is found to have a 2.0 ns jitter when 
viewed with the distinct image viewing capability of 
the 7104. 



OUTPUTS/INPUTS 

+ Sawtooth — User selectable from A or B horizontal. Output 
voltage is 50 mV/div ( ± 5%) into 50 il, 1 V/div ( ± 1 0%) into 1 
Mil. Output R is =950 Q. 

-I- Gate — Positive-going rectangular waveform user selecta- 
ble from A or B horizontal. Output voltage is 0.5 V ( ±10%) into 
50 Q. 10 V (± 10%) into 1 Mil. Output R is =950 il. 

Sig Out — Selected by B TRIGGER SOURCE switch. Output 
voltage is 25 mV/div into 50 il, 0.5 V into 1 Mil. Bandwidth 
depends upon vertical plug-in. Output R is =950 il. 

Camera Power — Three-prong connector to the left of the 
CRT provides power, ground, and remote single-sweep reset 
access for C-50 Senes Camera. 

Probe Power — Two rear-panel connectors provide correct 
operating voltages for two active probes. 

Single-sweep Ready Indicators A and B — +5 V. rear panel 
BNC outputs for single sweep ready indications. 
Graticule/Readout, Single-shot — Ground closure, rear panel 
BNC input initiates one frame of CRT read-out and the GRAT 
ILLUM is illuminated for =0.5 s. 

External Single-sweep Reset — Ground closure, rear panel 
BNC. provides input to reset sweep. 

POWER REQUIREMENTS 

Power Requirements — Line voltage ranges. 90 to 132 V ac 
and 180 to 250 V ac. Line frequency. 48 to 440 Hz. Max power 
consumption. 215 W, 3.3 A at 90 V line. 60 Hz. 

Dimensions and Weights — See page 153. 

For Recommended Cameras — See page 154 
For Recommended Plug-ins — See page 152. 



7104 ORDERING INFORMATION 
(Plug-ins not included) 



7104 Oscilloscope $18,945 

OPTIONS 

Option 02 X-Y Horiz Comp Add $300 

Option 03 Emc Modification Add $300 

INTERNATIONAL POWER CORDS AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



7A29 — Vertical amplifier to bw of mainframe; 10 mV/div to 1 
V/div vertical sensitivity. 

7B10 — Delayed timebase (similar to 7B80) with 200 ps/div to 
0.2 s/div calibrated sweep speed; triggering up to 1 GHz. 
7B15 — Delaying timebase (similar to 7B85) with 200 ps/div to 
0.2 s/div calibrated sweep speed, triggering up to 1 GHz; capa- 
ble of A time measurements in conjunction with 7B10. 



TUTU' 500 MHz 

I \ZW GENERAL PURPOSE OSCILLOSCOPES 



7904 

R7903 



500 MHz at 10 mV/div 
0.8 ns Risetime 



500 ps/div Fastest 
Calibrated Sweep Rate 

Greater Than 15 cm/ns Enhanced 
Writing Speed 

CRT Readout 

Over 30 Compatible Plug-ins 
900 MHz FET Probe Available 



APPLICATIONS 



Digital Design 
Radar 

Laser Research 




The 7904 and 5 25 in rackmount R7903 are high 
bandwidth, general-purpose oscilloscopes The 
7A19 Amplifier/7904 Mainframe attains 500 MHz 
at 10 mV/div. A 7A19 variable delay option allows 
for the matching of signal transit times of two 
plug-ins and their probes to better than 50 ps. 

The P6201 IX FET probe gives you high imped- 
ance and wide bandwidth It has a 900 MHz 
bandwidth by itself, and in combination with the 
7 A 19/7904, it provides a system bandwidth of 450 
MHz at 10 mV. 

The CRT. the major contributor to the perfor- 
mance of the 7904 and R7903, has good visual 
brightness and an 8 x 10 cm display area 



7904 and R7903 — VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments; compatible 
with all 7000 Series Plug-ins Bandwidth determined by main- 
frame and plug-in unit 

Modes of Operation — LEFT. ALT. ADD. CHOP. RIGHT 
Chopped Mode — Repetition rate is MHz. 

Trace Separation Range (Dual-sweep Modes) — The B 

trace can be positioned 4 divisions above or below the A trace 
(7904 only) 

Delay Line — Permits viewing leading edge of displayed wave- 
form when using 7B80 and 7B90 Senes Time Bases 7B50 
Senes not recommended 

7904 — HORIZONTAL SYSTEM 

Channels — Two right-hand plug-in compartments; compati- 
ble with time bases of the 7B80 and 7B90 Senes. 7000 Series 
Vertical Amplifiers and specialized plug-ins may also be used. 
Fastest Calibrated Sweep Rate — 500 ps/div with the 
7B92A 

Chopped Mode — Repetition rate is %200 kHz. 

X-Y Mode — Phase shift is within 2° from dc to 35 kHz with- 
out phase correction (dc to 1 MHz with phase correction. Op- 
tion 02) between vertical and horizontal channels. Bandwidth is 
dc to at least 1 MHz 



R7903 — HORIZONTAL SYSTEM 

Single Channel — Right-hand plug-in compartment compati- 
ble with time bases of 7B80 and 7B90 Senes. 7000 Senes 
Vertical Amplifiers and specialized plug-ins may also be used 
Fastest Calibrated Sweep Rate — 500 ps/div with the 
7B92A 

7904 and R7903 
CRT AND DISPLAY FEATURES 

Standard — Internal 8 x 10 cm graticule with variable illumina- 
tion. Accelerating potential is 24 kV with P31 Phosphor 
standard 

Option 01, Without CRT Readout — No CRT readout 
Option 04, Max Brightness CRT With Reduced Area — Inter- 
nal 4 x 5 cm graticule with vanable illumination Accelerating 
potential is 24 kV. P11 Phosphor provides max wnting rate. 
This provides extremely high photographic and information 
writing speed and increases the visibility of low-rep-rate, high- 
speed signals. 

Option 78. P1 1 Phosphor 

Option 10. Pulsed Graticule (R7903 Only) — Provides a 
means of pulsing the graticule lights at a preset level coincident 
with a single-shot event in one exposure The graticule lights 
may be pulsed by the event, an external ground closure, or a 
front panel pushbutton. If the mainframe is equipped with CRT 
readout. Option 10 provides additional controls and inputs for 
CRT readout pulsed operation. 
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The R7903 requires only 5.25 In of rack height In a standard 19 in rack. It is Ian-cooled and comes complete with 
slide-out chassis tracks. 



Typical Photographic Writing Speed 
Using The Optional P1 1 Phosphor and 
Polaroid Type 612 20,000 ASA Film 
without Film Fogging 



CRT 


Camera 


Lens 


Writing Speed 
cm/ns 


Standard 
8 x 10 cm 


C-51P 


1/1.2 


2.5 


Option 04 


1:0.5 


4 


4 x 5 cm 









In typical applications, P31 Phosphor has approxi- 
mately one-half the writing speed of P11 Phos- 
phor The writing speed can be increased by 
using controlled film fogging with a writing speed 
enhancer (camera accessory) 

Autolocus — Reduces the need for additional manual focusing 
with changes in intensity after focus control has been set 
Beam Finder — Limits display within graticule area 
External Z-Axis Input — 2 V p-p for full intensity range. A 
positive signal blanks the trace Max input voltage is 15 V (dc 
+ peak ac) and p-p ac Input is dc coupled 

7904 — CALIBRATOR 

Output Waveshape — Rectangular positive-going from 
ground. 1 kHz ( ± 0.25%). dc or B Gate -*- 2. 

Voltage Ranges — 4 mV. 40 mV. 0.4 V. 4 V. 40 V into an 
open circuit; 2 mV. 20 mV. 0.2 V. 0.4 V into 50 fl ( ± 1 %). 
Current Output — 40 mA dc or 1 kHz. 

R7903 — CALIBRATOR 
(Not Available with Option 10) 

Output Waveshape — Rectangular positive-going from 
ground. 1 kHz (±0.25%). 

Voltage Ranges — 4 mV. 40 mV. 0 4 V. 4 V into an open 
circuit. 4 mV. 40 mV. 0.4 V into 50 l) ( ± 1%). 

Current Output — 40 mA rectangular waveshape with optional 
current-loop accessory (012-0341-00) connected to calibrator 
output. Output R is 450 U. 

7904 — OUTPUTS/INPUTS 

+ Sawtooth — Sawtooth starts 1 V or less from ground (into 1 
MW) Internally selectable from A or B horizontal. Output volt- 
age is 50 mV/div ( ± 5%) into 50 W. 1 V/div ( ± 10%) mto 1 MW. 
Output R is = 950 Q. 



+ GATE — Positive-going rectangular waveform derived from 
A. B. or Delayed Gate, internally selectable Output voltage is 
0 5 V ( ± 10%) into 50 W. 10 V ( ± 10%) into 1 MW Rise time is 5 
ns or less mto 50 W. Output R is % 950 W. 

Sig Out — Selected by B TRIGGER SOURCE switch Output 
voltage is 25 mV/div into 50 Q, 0.5 V/div into 1 MW. Bandwidth 
depends upon vertical plug-in. See the Vertical System Specifi- 
cations Chart. Output R is ==950 Q. 

Camera Power — Three-prong connector to the left of the 
CRT provides power, ground, and remote single-sweep reset 
access for C-50 Senes Cameras 

Probe Power — Two rear-panel connectors provide correct 
operating voltages for two active probes 

R7903 — OUTPUTS/INPUTS 
(Standard) 

+ Sawtooth — Sawtooth starts 1 V or less from ground (into 1 
MW). Output voltage is 50 mV/div (±15%) into 50 W. 1 V/div 
(±10%) into 1 MW. Output R is =950 W. 

+ Gate — Positive-going rectangular waveform derived from 
Mam or Auxiliary Gate. Output voltage 0.5V (± 10%) into 50 W. 
10 V (± 10%) into 1 MW. Rise time is 7 ns or less into 50 W. 
Output R is = 950 W. 

Sig Out — Selected by TRIGGER SOURCE switches Output 
voltage is 25 mV/div into 50 W, 0.5 V/div into 1 MW. Bandwidth 
depends on the vertical plug-in. See the Vertical System Speci- 
fications Chart. Output R is =950 W. 

Single-sweep Ready Indicator — +5 V. rear panel BNC out- 
put. for single-sweep ready indication. 

External Single-sweep Reset — Ground closure, rear panel 
BNC. provides input to reset sweep 

CRT Readout. Inhibit — Ground closure, rear panel BNC input 
locks out CRT readout Not available with Option 10. 

CRT Readout, Single-shot — Ground closure, rear panel BNC 
input initiates one frame of CRT readout. Not available with 
Option 10 separately, but m combination with the pulsed grati- 
cule input 

Camera Power — Three-prong connector to the left of the 
CRT provides power, ground, and remote single-sweep reset 
access for C-50 Senes Cameras 

Probe Power — Two front-panel connectors provide correct 
operating voltages for two active probes Not available for 
R7903 Option 10. 

R7903 — OUTPUTS/INPUTS OPTIONS 
Option 10. Pulsed Graticule — No CRT readout single-shot 
input. CRT readout inhibit input, calibrator, and probe power 
Single-shot graticule and CRT readout (ground closure) rear- 
panel BNC input is added Initiates one frame of CRT readout 
and pulses graticule CRT readout inputs are not functional 
with Option 01 . 



POWER REQUIREMENTS 

7904 Power Requirements — Line voltage ranges. 90 to 132 

V ac and 180 to 264 V ac Line frequency. 48 to 440 Hz Max 
power consumption. 190 W. 2.5 A at 115 V line. 60 Hz. 

R7903 Power Requirements — Line voltage ranges. 90 to 132 

V ac and 180 to 264 V ac Line frequency. 48 to 440 Hz. Max 
power consumption. 160 W. 2 A at 1 15 V line. 60 Hz. 

7904 Included Accessones — Test adapter (012-0092-00). 
two 18 m test leads (012-0087-00); 9 pm cable-mount plug 
(134-0049-00) 

R7903 Included Accessories — Test adapter (012-0092-00); 
two 18 in test leads^l 2-0087-00), rack-mounting hardware 

Dimensions and Weights — See page 153 
For Recommended Cameras — See page 154. 

For Recommended Plug-ins — See page 152 



7904 ORDERING INFORMATION 



(Plug-ins not Included) 

7904 Oscilloscope $8000 

7904 OPTIONS 

Option 01 without CRT Readout Sub $300 

Option 02 X-Y Horiz Comp Add $250 

Option 03 Emc Modification Add $300 

Option 04 Max Brightness CRT with 4x5 cm 

Display (Specify Phosphor) Add $500 

Option 78 P1 1 Phosphor ..... ....... Add $35 

7904 CONVERSION KITS 

040-0605-03 CRT Readout $1000 

040-0606-00 X-Y Horiz Comp $260 

040-0570-00 Emc Modification .. $420 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



R7903 ORDERING INFORMATION 



(Plug-ins not Included) 

R7903 Oscilloscope $7545 

R7903 OPTIONS 

Option 01 without CRT Readout Sub $300 

Option 03 Emc Modification Add $300 

Option 04 Max Brightness CRT with 4x5 cm 

Display (Specify Phosphor) Add $500 

Option 10 Pulsed Graticule Add $150 

Option 78 P1 1 Phosphor Add $35 

R7903 CONVERSION KITS 

040-0605-03 CRT Readout $1000 

040-0647-00 Emc Modification $280 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



TdU' 400 MHz 

I Llr\ DUAL BEAM OSCILLOSCOPES 



7844 

R7844 



400 MHz Bandwidth 



0.9 ns Risetime 



Dual Beam 



Full Vertical Crossover Switching 
8 x 10 cm Display 
CRT Readout 



1 ns/div Max Calibrated Sweep 



APPLICATIONS 



Radar/Lidar 



Destructive Testing 
SCR Switching 



The 7844 and 7 inch rackmount R7844 are wide 
bandwidth, dual-beam oscilloscopes designed 
primarily for fast, single-shot events. Unique fea- 
tures such as pulsed graticule and pulsed crt 
readout allow you to photograph vertical and 
horizontal scale factors, test date, test number, 
and other pertinent data before or after an event. 
Vertical signal crossover switching permits you to 
view a single event from a single probe at two 
sweep speeds. 

VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments; compatible 
with all 7000 Series Plug-ins. Bandwidth determined by main- 



Typical Photographic Writing Speed 
(Using Polaroid Type 612 
20,000 ASA Film without Film Fogging) 

In typical camera applications, P31 Phosphor has 
about one-half the writing speed of P11 Phos- 
phor. Writing speed can be increased by using 
controlled film fogging with a writing speed 
enhancer. 

The photographic writing speed enhancer, Option 
22, provides a preset automatic method of film 
fogging for the 7844 Option 22 is recommended 
for writing speed enhancement when a camera 
with a writing speed enhancer is not available 



coupled 



irame ano piug-in urm. 

Display Logic — 





Beam 1 


Beam 2 


Vertical Compartment 


Left 


Left 


Controlling Beam 


Left 


Right 




Right 


Left 




Right 


Right 



Vertical Crossover — Permits viewing the same signal on two 
time bases 

Vertical Trace Separation — Beam 1 can be positioned ±4 
cm with respect to Beam 2. 

Delay Line — Permits viewing leading edge of displayed wave- 
form when using 7B80 and 7B90 Series Time Bases; not com- 
patible with 7B50 Senes. 

HORIZONTAL SYSTEM 

Channels — Two right-hand plug-in compartments; compati- 
ble with time bases of the 7B80 and 7B90 Senes. 7000 Senes 
Vertical Amplifiers and specialized plug-ins may also be used. 
7B53AN1 1 requires modification for use in the 7844. 

Fastest Calibrated Sweep Rate — 1 ns/div. 

X-Y Mode — Phase shift is within 2° from dc to 50 kHz. 
Bandwidth — Dc to at least 1 MHz 



Horizontal Separation — Beam 1 can be positioned at least 
0.25 cm to the right and at least 0.25 cm to the left of Beam 2 
with a total 2 cm range. 

Display Logic — 



Beam 1 


Beam 2 


A Horizontal 


A Horizontal 


A Horizontal 


B Horizontal 


B Horizontal 


A Horizontal 


B Horizontal 


B Horizontal 



CRT AND DISPLAY FEATURES 

CRT — Dual beam, full overlap. 8 x 10 cm graticule with vari- 
able illumination. CRT readout intensity is adjustable with front- 
panel control. Accelerating potential is 24 kV with P31 phos- 
phor standard. 

Option 78, P1 1 Phosphor. 

Autofocus — Reduces the need for additional manual focusing 
with changes in intensity after focus control has been set. 
Beam Finder (Beam 1 and Beam 2, Independent Controls) 
— Limits display within graticule area and intensifies beam. 
External Z-Axis Input (Beam 1 and Beam 2) — 2 V p-p for 
full intensity range. A positive signal blanks the trace. Max in- 
put voltage is 15 V (dc -i- peak ac) and p-p ac. Input is dc 
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PULSED READOUT AND 
GRATICULE ILLUMINATION 

Provides a means of pulsing the graticule lights or CRT readout 
at a preset level, coincident with a single- shot event in one 
exposure The graticule lights or CRT readout can be pulsed by 
the event, an external ground closure, or front-panel 
pushbutton 

CALIBRATOR 

Calibrator — Rectangular positive-going waveform from 
ground. 1 kHz ( ± 0.25%). 

Voltage Ranges — 4 mV. 40 mV. 0.4 V. 4 V (±1%) into an 
open circuit; 0.4 mV. 4 mV. 40 mV. 0.4 V (± 1%) into 50 U. 
Current Output — 40 mA ( ± 1%) rectangular waveshape, front 
panel current loop 7844. optional current loop adapter (012- 
0341-00) required for R7844 



OUTPUTS/ INPUTS 

A and B + Sawtooth — Sawtooth starts 1 V or less from 
ground (into 1 M1I). Output voltage is 50 mV/div (±15%) into 
50 0. 1 V/dtv (± 10%) into 1 Mil. Output R is =^950 «. 

A and B + Gate — Positive-going rectangular waveform de- 
rived from Main or Delayed Gate Output voltage 0.5 V ( ± 10%) 
into 50 U. 10 V ( ± 10%) into 1 Mtl. Rise time is 5 ns or less into 
50 11. Output R is =950 Q. 

Single-sweep Ready Indicator — +5 V. rear panel BNC out- 
put. for single-sweep ready indication 
External Single-sweep Reset — Ground closure, rear panel 
BNC. provides input to reset sweeps 

Camera Power — Three-prong connector to the left of the 
CRT provides power, ground, and remote single-sweep reset 
access for C-50 Series Cameras. 

Probe Power — Two connectors provide correct operating 
voltages for two active probes 



POWER REQUIREMENTS 

Line Voltage Ranges — Selectable 115 V nominal (90-132 V). 
230 V nominal (180-264 V). 

Line Frequency — 48 to 440 Hz. 

Max Power Consumption — 235 W. 2.9 A at 60 Hz 1 1 5 V line 

INCLUDED ACCESSORIES 

R7844 — 1 rack mount hardware kit. 1 rack mount slide guide 
(351-0314-01). 

Dimensions and Weights — See page 153. 

For Recommended Cameras — See page 154 
For Recommended Plug-ins — See pages 152. 



ORDERING INFORMATION 
(Plug-ins not included) 



7844 Oscilloscope $1 1,900 

R7844 Oscilloscope $12,320 

OPTIONS 

Option 03 Emc Modification Add $300 

Option 22 Writing Speed Enhancer 

Modification .. Add $400 

Option 78 P1 1 Phosphor Add $35 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 
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STEP RISE TIME (ns) 



6.6 5.2 3.5 2.5 1.7 1.25 1.0 0.83 0.63 0.5 0.25 0.17 




SINE WAVE FREQUENCY (MHz) 

Amplitude vs. speed and photographic writing speed companson of 7000 Senes Mainframes using optional P1 1 Phosphors. 20,000 
ASA film and the C-51 (f/1.2. 1:0.5) Camera 



PHOTOGRAPHIC WRITING RATE 

This graph shows the relative photographic writ- 
ing speed of the 7000 Series Mainframes and the 
amplitude-speed relationship for each. 

Vertical signal amplitude on the vertical scale is 
shown against maximum sinewave frequency 
(lower scale) and fastest rise time (upper scale) 
These speeds assume a small horizontal spot ve- 
locity compared to the maximum vertical velocity 
The step ramp is assumed to be a linear ramp 
measured between 10% and 90% points 

To obtain these minimum photographic writing 
speeds, open the camera shutter before the 
sweep and leave open for 5 seconds after the 
sweep Develop the film for 30 seconds at 25°C. 
View with front illumination The limit of photo- 
graphic writing speed will be a barely discernable 
trace in the center of the photographic image 

The standard P31 Phosphor has a spectral output 
that gives about one-half the photographic writing 
speed of the above optional P1 1 Phosphor The 
visual output of the P31 Phosphor is, however, 
about six times greater than that of the optional 
P11 



*20 cm/ns is the specified photographic writing speed for the 
7104 Mainframe However, it is not correctly comparable to the 
other mainframes here because of relaxed phosphor, film and 



camera requirements The microchannel plate CRT as well as 
the bright photographed image allow for these relaxed require- 
ments Standard P31 Phosphor is used and a C-53 (f/1.9, 
1:0.85 image) Camera 
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TITIZ 200 MHz 

I LZlX GENERAL PURPOSE OSCILLOSCOPE SYSTEM 



7704A 

R7704 



Dc to 200 MHz with Optimum 
Pulse Response 

1.8 ns Risetime 

Dc to 250 MHz Bandwidth Option 

Greater than 15 cm/ns 
Enhanced Writing Speed with 
Optional CRT and WSEN 

CRT Readout 



APPLICATIONS 



Communications 



Digital Design 
Component Testing 



The 7704 family is a wide bandwidth general- 
purpose oscilloscope measurement system. 

The 7704A Oscilloscope offers you the capability 
to optimize the oscilloscope s response for your 
type of work For pulse analysis aberrations are 
reduced below the normal level in the optimized 
transient response version while still giving you a 
bandwidth of 200 MHz. The 250 MHz option is 
optimized for bandwidth performance for high- 
frequency applications. The R7704 offers a 175 
MHz bandwidth 

Quite often the need arises to photograph the 
waveforms that are produced. The 7704 A gives 
you a choice of two designs available for this 
purpose the standard 8 x 10 cm CRT and an 
optional 4 x 5 cm reduced-scan CRT for high 
writing-speed applications For additional informa- 
tion on the Writing Speed Enhancer (WSEN) see 
pages 316 and 320; for a comparison of the 7000 
Series writing rate specifications see page 161 





VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments; compatible 
with all 7000 Series Plug-ins. Bandwidth determined by main- 
frame and plug-in unit; see Vertical System Specifications 
Chart. 

Option 09 Bandwidth Change (250 MHz) — 7704A vertical 
circuit performance is adjusted to extend frequency response 
to 250 MHz at 20 mV/div (upper -3 dB) when 7A19 is used. 
Provides additional performance for those working in this fre- 
quency domain. 

Modes of Operation — LEFT. ALT. ADD. CHOP RIGHT. 
Chopped Mode — 7704A. repetition rate is internally selecta- 
ble. = 100 kHz or 1 MHz; R7704. fixed at = 1 MHz. 

Trace Separation Range (Dual-sweep Modes) — The B 
trace can be positioned above or below the A trace. 

Delay Line — Permits viewing leading edge of waveform. 



HORIZONTAL SYSTEM 

Channels — Two nght-hand plug-in compartments; compati- 
ble with all 7000 Senes Plug-ins. 

Fastest Calibrated Sweep Rate — 2 ns/div with 7B80 or 
7B90 Series. 

Chopped Mode (between Horizontal Plug-ins) — 7704A. 
repetition rate is internally selectable. =20 kHz or 200 kHz; 
R7704, fixed at =200 kHz. 

X-Y Mode — Phase shift is within 2° from dc to 50 kHz 
(7704A), from dc to 35 kHz (R7704) between vertical and hori- 
zontal channels. Frequency response at 10% down is dc to at 
least 3 MHz. 

Option 02, X-Y Horizontal Compensation (R7704 only) — 

Provides phase shift compensation to <2° from dc to 2 MHz 

CRT 

Standard — Internal 8 x 10 cm graticule with variable illumina- 
tion. Accelerating potential is 24 kV with P31 Phosphor 
standard. 

Option 01, Without CRT Readout — No CRT readout. 
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The R7704 requires 7 inches of rack height and offers 175 MHz bandwidth. 



Option 04, Max Brightness CRT with Reduced Area (7704A 
Only) — Internal 4 x 5 cm graticule with vanable illumination. 
Accelerating potential is 24 kV with P31 Phosphor standard, 
P11 optional This provides extremely high photographic and 
information writing speed and increases the visibility of low- 
rep-rate. high-speed signals. 

Option 78, P11 Phosphor 

Minimum Photographic Writing Speed (Using Polaroid Film 
Type 612 20,000 ASA without Film Fogging) — Can be in- 
creased by using the TEKTRONIX Writing Speed Enhancer. In 
typical applications, P31 Phosphor has approximately one-half 
the writing speed of P11 Phosphor See chart on page 161 for 
further information. 

Autofocus — Reduces the need for additional manual focusing 
with changes in intensity after focus control has been set. 
Beam Finder — Limits display within graticule area 
External Z-Axis Input (7704A only) — 2 V p-p for full intensity 
range. A positive signal blanks the trace. Max input voltage is 
15 V (dc + peak ac) and p-p ac. Input is dc -coupled 
External Z-Axis Input (R7704 only) — High sensitivity input: 
minimum pulse width to blank trace is 30 ns at 2 V; 2 V p-p for 
full intensity range from dc to 2 MHz; intensity range diminish- 
es to 20% of full range at 10 MHz. A positive signal blanks the 
trace, input R is 500 W within 10%. Max input voltage is 15 V 
(dc + peak ac) and p-p ac. 

High Speed Input — Minimum pulse width to blank trace is 3.5 
ns at 60 V; 60 V p-p for full intensity range from dc to 100 MHz. 
A positive signal blanks the trace; input R is 18 kW within 20%. 
Max input voltage is 60 V (dc + peak ac) and p-p ac. 

OUTPUTS/INPUTS 

+ Sawtooth — Sawtooth starts 1 V or less from ground (into 1 
MW). Internally selectable from A or B horizontal Output volt- 
age is 50 mV/div (± 15%) into SOW. 1 V/div ( ± 10%) into 1 MW. 
Output R is 950 12 nominal. 

+ Gate — Positive-going rectangular waveform derived from 
A, B. or Delayed Gate, internally selectable. Output voltage is 
0.5 V ( ± 10%) into 50 0, 10 V ( ± 10%) into 1 MW Rise time is 
20 ns or less into 50 W; output R is 950 W nominal. 



Sig Out — Selected by B TRIGGER SOURCE switch. Output 
voltage is 25 mV/div into 50 W. 0.5 V/div into 1 MW. The band- 
width depends upon vertical plug-in; see Vertical System 
Specifications Chart Output R is 950 W nominal 
External Single-sweep Reset — Ground closure, rear-panel 
input to reset sweep 

Camera Power — Three-prong connector to the left of the 
CRT provides power, ground, and remote single-sweep reset 
access for the C-50 Series Cameras 

Probe Power — Two rear-panel connectors provide correct 
operating voltages for two active probes. R7704 connectors 
are located on both the front and rear panels Probe power is 
deleted on Option 01 of 7704A. 

CALIBRATOR 

Voltage Output — Rectangular waveshape, positive-going 
from ground (40 V and 4 mV available when selected by inter- 
nal jumper). Ranges are 40 mV. 0.4 V. 4 V into 1 MW; 20 mV. 
0.2 V, 0.4 V into 50 W. Amplitude accuracy is within 1% 
( + 15*C to +35°C); within 2% (0°C to +50°C). Repetition 
rate is 1 kHz within 0.25% ( + 15°C to +35°C); within 0.5% 
(0°C to 50°C). 

Current Output — 40 mA rectangular waveshape with optional 
current-loop accessory (012-0259-00) connected between 4 V 
and grid pm jacks. 

POWER REQUIREMENTS 

Line Voltage Ranges — 90 to 132 V ac and 180 to 264 V ac 
Line Frequency — 48 to 440 Hz (7704A) 48 to 66 Hz (R7704). 
Option 05, Line Frequency Change (50-400 Hz) — Converts 
the R7704 to 50-400 Hz operation (not required for 7704 A). 
Max Power Consumption — 180 W. 2.5 A at 1 15 V line. 60 Hz 
(7704A); 225 W, 2.8 A at 1 15 V line. 60 Hz (R7704). 

Included Accessories — For 7704 A 20 in cable, two-pin-to- 
BNC. (175-1178-00). For R7704: 42 in BNC 50 Q cable (012- 
0057-01); 20 in cable. two-pin-to-BNC (175-1178-00); rack- 
mounting hardware. 

Weights and Dimensions — See page 153. 

For Recommended Cameras — see page 154 
For Recommended Plug-ins — See page 152. 



ORDERING INFORMATION 



(Plug-ins not Included) 

7704A Oscilloscope $3995 

R7704 Oscilloscope $6665 

7704A OPTIONS 
Option 01 Without CRT Readout 

and Probe Power Sub $300 

Option 03 Emc Modification Add $300 

Option 04 Max Brightness CRT with 4x5 cm 

Display (Specify Phosphor) Add $500 

Option 09 Bandwidth Change (250 MHz) Add $500 

Option 78 P1 1 Phosphor Add $35 

R7704 OPTIONS 

Option 01 Without CRT Readout Sub $300 

Option 02 X-Y Horiz Comp Add $250 

Option 03 Emc Modification Add $300 

Option 05 Line Freq Change (50-400 Hz) 

(not required for 7704A) Add $300 

Option 78 P1 1 Phosphor Add $35 

7704A CONVERSION KITS 

040-06 1 3-00 CRT Readout and Probe Power $480 

040-0612-00 Emc Modification $400 

040-0619-01 Sig Out/In $115 

R7704 CONVERSION KITS 

040-0533-01 CRT Readout $130 

040-0529-00 X-Y Horiz Comp $260 

040-0562-00 Emc Modification $275 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A ... No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 




TCL/ 100 MHz 

I CIr\ GENERAL PURPOSE OSCILLOSCOPES 



7603 

R7603 



Dc to 100 MHz Bandwidth 



3.5 ns Risetime 



6.5 in CRT 



CRT Readout 



5.25 in Rackmount 



APPLICATIONS 



Digital Design and Testing 
Communications 



Spectrum Analysis 



The TEKTRONIX 7603 and R7603 Oscilloscopes 
represent the best price/performance ratio avail- 
able in the 100 MHz plug-in oscilloscope market 
today 

The CRT is large, 8 x 10 div (1.22 cm/div), and 
features an internal graticule with variable illumi- 
nation and 15 kV accelerating potential. An op- 
tional maximum brightness CRT with a smaller 8 x 
10 cm display and 18 kV potential gives you 
greater visual brightness and higher photographic 
writing speed 




VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments; compatible 
with all 7000 Series Plug-ins. Bandwidth determined by main- 
frame and plug-in unit; see Vertical System Specifications 
Chart. 

Modes of Operation — LEFT, ALT, ADD, CHOP, RIGHT 
Chopped Mode — Repetition rate is ^ 1 MHz. 

Delay Line — Permits viewing leading edge of displayed 
waveform 

HORIZONTAL SYSTEM 

Channels — One right-hand plug-in compartment, compatible 
with all 7000 Series Plug-ins. 

Fastest Calibrated Sweep Rate — 5 ns/div 
X-Y Mode — The phase shift between vertical and horizontal 
channels is within 2° from dc to 35 kHz. Bandwidth is dc to at 
least 2 MHz 



CRT AND DISPLAY FEATURES 

Standard — Internal 8 x 10 div (1.22 cm/div) graticule with 
variable illumination. Accelerating potential is 15 kV with P31 
Phosphor 

Option 01, Without CRT Readout — No CRT readout 
Option 04, Max Brightness CRT With Reduced Area — Inter- 
nal 8 x 10 cm graticule with variable illumination. Accelerating 
potential is 18 kV with P31 Phosphor standard. 

Option 06, Spectrum Analyzer Graticule. 

Optional Phosphors (Specify) — P7. P11, or P7/SA, (Phos- 
phor/Spectrum Analyzer graticule combination.) 

Minimum Photographic Writing Speed — Using Polaroid film 
without film fogging can be increased by using the Tektronix 
Wnting Speed Enhancer 



CRT 


Writing Speed div//*s 


Camera 


Lens 




Type 612 








P31 


P11 






Standard 
8 x 10 div 
(1.22 cm/div) 


100 


150 


C-50 


f/1.9 


Option 04 
8 x 10 div 
(1 cm/div) 


200 


300 


1:0.7 
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External Z-Axis Input — 2 V p-p for full intensity range from 
dc to 2 MHz; intensity range diminishes to 20% of full range at 
10 MHz A positive signal blanks the trace Max input voltage 
is 10 V (dc + peak ac) and p-p ac 

Autofocus — Reduces the need for additional manual focusing 
with changes in intensity after focus control has been adjusted 
Beam Finder — Limits display within graticule area 

OUTPUTS/INPUTS 

+ Sawtooth — Sawtooth starts 1 V or less from ground (into 1 
MW). Output R is 950 W. Output voltage is 1 V/div (± 10%) into 
1 MW. 50 mV/div ( ± 15%) into 50 Q. 

+ Oata — Positive pulse of the same duration and coincident 
with sweep. Output R is 950 W. Output voltage is 10 V ( ± 10%) 
into 1 MW. 0.5 V ( ±10%) into 50 W. Rise time is 20 ns or less 
into 50 W. Source is selectable from Mam. Delay, or Auxiliary 
Gate 

Sig Out — Selected by TRIGGER SOURCE switch Output 
voltage is 0.5 V/div into 1 MW. 25 mV/div into 50 W. Output R is 
950 W Bandwidth depends upon vertical plug-in; see Vertical 
System Specifications Chart. 

External Singla-swaap Reset — Ground closure, rear panel 
BNC provides input to reset sweep 

Singla-swaap Ready Indicator — Rear panel BNC provides 5 
V for single- sweep ready condition. 



CAMERA POWER OUTPUT 

Three-prong connector to the left of the CRT provides power, 
ground, and remote single-sweep reset access for the C-50 
Series Cameras 

CALIBRATOR 

Voltage Output — Rectangular waveshape, positive-going 
from ground (dc voltage available when selected by internal 
jumper) Ranges are 40 mV. 0.4 V. 4 V into 1 MW; 20 mV. 0.2 
V. 0.4 V into 50 W. Amplitude accuracy is within 1% (+ 15*C to 
+ 35*C); within 2% (0°C to +50°C). Repetition rate is =*1 
kHz. 

Currant Output — 40 mA rectangular waveshape (dc current 
available when selected by internal jumper) with optional cur- 
rent-loop accessory (012-0259-00) connected between 4 V and 
gnd pin jacks 

POWER REQUIREMENTS 

Lina Vottaga Ranges — 100. 1 10. 120. 200. 220. and 240 V 
ac ± 10%; internally selectable with quick-change jumpers. 
Lina Frequency — 50 Hz to 60 Hz (R7603 and 7603). 

Option 05, Lina Frequency Change (50-400 Hz) — Converts 
the R7603 and 7603 to 50-400 Hz operation 
Max Power Consumption — 180 W, 2.0 A at 115 V tone. 60 
Hz Cooling is provided by a fan. 

Included Accessories — (For 7603 and R7603) 20 in cable 
(two-pm-to-BNC) (175-11 78-00); CRT filter (Blue 337-1700-01 . 
Clear 337-1700-04). The R7603 includes rackmounting 
hardware 

Dimensions and Weights — See page 153. 

For Recommended Cameras — See page 154 
For Recommended Plug-ins — See page 152. 



ORDERING INFORMATION 
(Plug-ins not Included) 

7603 Oscilloscope $2555 

R7603 Oscilloscope $2955 

7603 OPTIONS 

Option 01 Without CRT Readout Sub $300 

Option 03 Emc Modification Add $300 

Option 04 Max Brightness CRT With 8 x 10 cm 

Display (specify phosphor) Add $350 

Option 05 Line Freq Change 

(50-400 Hz) Add $300 

Option 06 With Internal Spectrum 

Analyzer Graticule Add $50 

Option 08 Protective Panel Cover Add $100 

R7603 OPTIONS 

Option 01 Without CRT Readout Sub $300 

Option 03 Emc Modification Add $300 

Option 04 Max Bnghtness CRT With 8 x 10 cm 

Display (specify phosphor) Add $350 

Option 05 Line Freq Change 

(50-400 Hz) Add $300 

Option 06 With Internal Spectrum 

Analyzer Graticule Add $50 

7603 CONVERSION KITS 

040-0654-02 CRT Readout* $1000 

040-1000-00 Emc Modification $230 

040-0629-01 Sig Out/In $560 

040-0686-01 Power Supply to Light 

Plug-in Pushbuttons .................................... - — ........ $60 

040-0718-00 X-Y Horiz Comp $410 

R7603 CONVERSION KITS 

040-0674-02 CRT Readout $1000 

040-0955-00 Emc Modification $100 

040-0633-00 Sig Out/In $285 

040-0686-01 Power Supply to Light 

Plug-in Pushbuttons $60 

040-0718-00 X-Y Horiz Comp $410 

PHOSPHOR OPTIONS (7603/R7603) 

Option 76 P7 Phosphor Add $35 

Option 77 P7 Phosphor with Internal 

Spectrum Analyzer Graticule Add $35 

Option 78 P1 1 Phosphor Add $35 

*Not Available for 7603N1 IS. 
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TIZIZ RUGGEDIZED 
I Llr\ OSCILLOSCOPE SYSTEM 



7603N1 IS 



Ruggedized for Extreme Environments 

Meets or Exceeds MIL-O-2431 1 (EC) 
(AN/USM-281 C Specifications) 

Large, Bright Display - 6.5 in CRT (15 kV) 

5 ns/div Delaying Sweep 

0.5 mV Vertical Sensitivity 

Three-plug-in Flexibility 

Versatile Trigger-Source Selection 

Pushbutton Switching 

Illuminated No-Parallax Graticule 



Color-keyed Panels 

Protective Cover with Accessories 



The 7603N11S Ruggedized Oscilloscope System 
meets the rigid environmental and electrical 
specifications required by MIL-O-24311 (EC) and 
appears on U S Navy QPL-24311 The system 
consists of a three plug-in mainframe, two single- 
trace amplifiers, a dual time base, and a front- 
panel cover with probes and accessories 

Although the military spec requires only 50 MHz 
performance, this system actually performs to 65 
MHz Other better-than-required specs include 
operating altitude, sensitivity at reduced 
bandwidth with 10X gain, "X" sensitivity in X-Y 
mode, triggering frequency range, delaying and 
delayed sweep speeds, and CRT size 

The mainframe and plug-ins are compatible with 
the Tektronix 7000 Series product line The sys- 
tem does not have CRT readout, and it can’t be 
used with the digital plug-ins 




ENVIRONMENTAL 

Temperature — Nonoperating -62°C to + 75°C. operating 
-28°C to -t-65°C. 

Humidity — 0 to 95% rh over entire temperature range, oper- 
ating or nonoperating. 

Altitude — Nonoperating sea level to 50,000 ft. operating sea 
level to 1 5.000 ft. 

Vibration (Operating) — 5 to 15 Hz at 0 060 in ±0.012 in p-p 

amplitude, 16 to 25 Hz at 0 040 in ± 0.008 in p-p amplitude. 26 

to 33 Hz at 0 020 in ± 0.004 in p-p amplitude 

Shock (Operating) — 9 consecutive 400 pound hammer 

blows without failure from 1, 3, and 5 ft in vertical, honzontal, 

and longitudinal axis as per MIL-S-901 for Grade A. Class 1. 

Type A for lightweight equipment 

Inclination (Operating) — As per MIL-E-16400 

Drip Proof (Nonoperating) — As per MIL-STD-198 

Salt Spray (Nonoperating) — As per MIL-E-16400 



Electromagnetic Interference — As per MIL-STD-462 
performed by MIL-STD-461 for the following tests: 



CE-01 


30 Hz to 20 kHz 


Power lead emission 


CE-03 


20 kHz to 50 MHz 


Power lead emission 


CS-01 


30 Hz to 50 kHz 


Power lead, radiation 
susceptibility 


CS-02 


50 kHz to 400 MHz 


Power lead, radiation 
susceptibility 


CS-06 


Spike Test 


Power lead, spike 
susceptibility 


RE-01 


30 Hz to 30 kHz 


Instrument radiation, 
magnetic 


RE-02 


14 kHz to 10 GHz 


Instrument radiation, 
electric 


RS-01 


30 Hz to 30 kHz 


Instrument susceptibility, 
magnetic 


RS-03 


14 kHz to 10 GHz 


Instrument susceptibility, 
electric 
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Reliability — Optimum performance and reliable service are 
provided during continuous or interrupted operation The MIL- 
O-2431 1(EC) MTBF requirement of >600 hours is met as test- 
ed under the following conditions: temperature + 40°C ±2*C; 
relative humidity 70% ±5%; vibration 25 Hz at 0 040 m 
±0 008 in p-p amplitude for 10 minutes of each "Power On’ 
hour during each day of the 8 hour manned schedule, power 
cycled at 4 hour intervals with 10 minutes power off for each 4 
hour period of the manned test schedule An MTBF of >2000 
hours was achieved during testing. 

VERTICAL SYSTEM 
(Includes Two 7A15AN1 1 Plug-ins) 

Channels — Two left-hand plug-in compartments, with a delay 
line which allows the leading edge of the displayed waveform to 
be viewed All 7000 Senes Plug-ins are compatible (except 
those which require CRT readout) 

Display Modes — LEFT. ALT. ADD. CHOP. RIGHT Chopped 
frequency is =1 MHz Added mode displays signals algebra- 
ically with a cmrr of 20:1 to 25 MHz. 

Bandwidth/Sensitivity — Dc to 65 MHz from 5 mV/div to 10 
V/div. accuracy within 2%. vanable extends to 25 V/div Max 
sensitivity is 0.5 mV at 10 MHz with 10X gain. Ac-coupling 
lower -3 dB point is <2 Hz. Rise time is 5.4 ns with <2% 
aberrations 

Input R and C — 1 Mi] within 2%. <27 pF. 

Max Input Voltage — 400 V (dc -F peak ac). 

Dc Stability — <1 div/hr drift at 25°C. 

HORIZONTAL SYSTEM 
(Includes One 7B53AN1 1 Plug-in) 

Channels — One right-hand plug-in compartment All 7000 
Senes Plug-ins are compatible (except those which require 
CRT readout) 

Internal Trigger Modes — LEFT VERT. VERT MODE. RIGHT 
VERT. 

X-Y Mode — The phase shift between vertical and horizontal 
channels is <2° from dc to 35 kHz. Bandwidth is at least 2 
MHz. Rise time is <175 ns. Using the 7B53AN11 Time-Base 
external amplifier. 10 mV. 100 mV. and 1 V sensitivities 
(±10%) are available Input R and C for 7B53AN11 is 1 Ml] 
within 2%. 20 pF within 2 pF. Any vertical plug-in, such as the 
7A15AN1 1 . may be used in the horizontal compartment, pro- 
viding a greater number of sensitivities for calibrated X-Y 
displays. 

Sweep Display Modes — Mam Sweep. Mam Sweep Intensi- 
fied by Delayed Sweep. Delayed Sweep 

MAIN (DELAYING) SWEEP 

Sweep Rate — 0.05 *is/div to 5 s/div in 25 steps (1-2-5 se- 
quence) 5 ns/div fastest calibrated sweep rate, obtained with 
XI 0 magnifier The uncalibrated variable is continuous between 
steps and to 12.5 s/div. 

Sweep Accuracy — Within 3% from 0.05 m s/div to 5 s/div. 
within 5% at 5 ns/div. 

Sweep Modes — Normal, Auto. Single Sweep 

Delay Time — Multiplier range is 0 to 10 times the Time/Div 

setting Accuracy is within 1% from 0.5 s/div to 0.5 ns/div, 

within 2% from 5 s/div to 1 s/div. Incremental lineanty is within 

0.2% of full scale Jitter is <1 part in 20,000 of 10X time/div 

setting 

Triggering (Source /Sensitivity) — Internal 0.5 cm to 50 MHz. 
External. 0 25 V to 20 MHz. 0 5 V to 50 MHz. Ext - 10. 2.5 V 
to 20 MHz. 5 V to 50 MHz Triggering extends to 100 MHz with 
reduced sensitivity in both Internal and External Modes Input 
R and C is 1 Ml] within 2%. 20 pF within 2 pF. 

Triggering Frequency Range — Ac. 30 Hz to 50 MHz; ac If 
Rej. 30 kHz to 50 MHz; ac hf Rej. 30 Hz to 50 kHz; dc. dc to 50 
MHz With external level range, slope is ±30 V. 



DELAYED SWEEP 

Triggering (Source/Sensitivity) — Internal 0.3 div to 10 MHz 
increasing to 1.5 div at 50 MHz External. 0.1 V to 10 MHz 
increasing to 0.5 V at 100 MHz Input R and C is 1 Ml] within 
2%. 20 pF within 2 pF. 

Triggering Frequency Range — Ac. 30 Hz to 50 MHz. dc 30 
Hz to 50 MHz. 

Sweep Rate — 0.05 ns/div to 0.5 s/div in 22 steps (1-2-5 se- 
quence) The delayed sweep runs after delay time or is trigger- 
able after delay time 

Sweep Accuracy — Within 3% from 50 ms/div to 0.5 mS/<*v. 
within 4% for all other sweep rates except the magnified XI 0 
sweep rate of 5 ns/div. which is within 6%. 

CRT 

Accelerating Potential — 15 kV. 

Phosphor — P31 

Graticule — Internal 8 x 10 cm with vanable illumination. The 
6 5 m CRT permits 2 cm of linear overscan m both axes, mak- 
ing a total viewing area of %10 x 12 cm. 

CRT Controls — Located on front panel are Focus. Intensity. 
Graticule Illumination. Beam Finder, and Trace Rotation. Astig- 
matism is an internal control. 

External Z-Axis Input (BNC Connector on Rear Panel) — 2 V 

p-p for full intensity range from dc to 2 MHz. intensity range 
diminishes to 20% of full range at 10 MHz. Max input voltage is 
10 V (dB + peak ac). 

OUTPUTS 

Calibrator (BNC Connector on Front Panel) — 1 V within 1%, 
1 kHz squarewave within 20%. 

Horizontal — Mam Sweep +5 V. Delayed Sweep +5 V. Mam 
Sweep Gate +2 V, Delayed Sweep Gate +2 V. Delayed Trig- 
ger + 1 V with pulse width of >50 ns. All amplitudes are mini- 
mum and measured when working into at least 100 kl] and 15 

re- 



ordering INFORMATION 
7603N1 IS Oscilloscope 
System (AN/USM-281C) 

7603NMS $7160 

System Includes — One each 7603N11 Oscilloscope, two 
each 7A15AN1 1 Amplifier Plug-ins. one each 7B53AN11 Time 
Base, and one each C281 Cover with Accessories 



To Order Separately: 

7603N11 Oscilloscope 4 

(OS-245(P)/U) $3510 

7A15AN11 Amplifier 
Plug-in (AM-6565/U) 

7A15ANM $745 

7B53AN1 1 Time Base 
Plug-in (TD-1085/U) 

7B53ANM $1795 

016-0553-00, C281 Cover 
W/Accessories $365 

•CRT readout not available 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A ..... ...... No Charge 



POWER REQUIREMENTS 

Input Voltages — 100. 110, 120. 220. and 240 V ac ±10% 
internally selectable with quick-change jumpers with 47.5 - 440 
Hz single phase line frequency Max power consumption is 125 
W. 



C281 COVER WITH ACCESSORIES 

The cover provides protection dunng transport and packages 
the included accessories 

INCLUDED ACCESSORIES 
(All Packaged in Cover) 

The P6006 Probe packages (010-0127-00); two 8 ft long 50 Q 
BNC cables (012-0366-00); two BNC female to uhf male adapt- 
ers (103-0015-00); two BNC male to uhf female adapters (103- 
0032-00); two BNC male to binding post adapters (103-0033- 
00) two BNC T connectors (103-0030-00). One set of technical 
manuals (not packaged m cover). 

Dimensions and Weights — See page 153. 

For Recommended Cameras — See page 154 
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CONTENTS 

7000 Series Non-Storage 



Mainframes 155 

7000 Series Storage 

Mainframes 1 68 

Digital Mainframes 176 

Plug-Ins 183 



Storage mainframes in the 7000 Series offer 
a full selection of stored writing speeds: 
from ^0.03 cm/fiS for mechanical, spec- 
trum analysis, or TDR applications, to 2500 
cm/fis for capturing fast single events such 
as high speed digital logic. A selection of 
storage modes offers the following features: 



Bistable Long View Time 

Variable 

Persistence High Contrast 

Displays 

FAST Bistable .... Captures Fast Single 
or Multiple Events 

FAST Variable 

Persistence Provides Maximum 

Stored Writing Rate 




7613 

Variable 

Persistence 



7623A 

FAST 

Multimode 



7633 

FAST 

Multimode 



7834 

FAST 

Multimode 
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Graph shows the stored writing speed 
needed to display a given sinewave or 
step rise time at a given amplitude. 
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FAST CRT STORAGE 7000 Series Storage 

Oscilliscopes 
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Readout Stored with the Waveform 
Fast Stored Writing Speeds 
Multimode 7834/7633/7623A 
Variable Persistence 7613 



Storage, as it applies to most instruments in the 
TEKTRONIX 7000 Series, involves techniques for 
capturing and retaining signals within the cath- 
ode-ray tube itself, or as numeric values in digital 
memory 

Why Store? 

Capturing an event for detailed analysis is per- 
haps the most obvious application for a storage 
CRT. but many other situations also call for its 
unique advantages Some examples include cap- 
turing the entire display of a slowly occurnng 
signal observing signal changes during circuit 
adjustment comparing incoming signals with a 
standard ... increasing the brightness of a repet- 
itive signal for viewing in normal ambient light ... 
reducing flicker or noise baby-sitting, or 
unattended monitoring for a transient event ... 
and enhancing other recording techniques such 
as photography 

Storage Features 

Since 1962, when Tektronix introduced phosphor 
target bistable storage in the 564, techniques for 
capturing and retaining waveforms have grown at 
an explosive rate in order to keep pace with 
measurement demands. 

However, the language of storage— such terms 
as bistable, variable persistence, mesh transfer 
and digital storage— frequently presents as much 
confusion as the measurement that must be 
made 

Characteristics of individual 7000 Series 
Mainframes employing storage techniques are 
listed on pages 168 through 182 A review, 
though, of storage concepts should prepare the 
reader to evaluate the various alternatives more 
knowledgeably 



Digital Storage 

The fundamental difference between the digital 
storage scope and the CRT storage scope is the 
form of storage Digital scopes store data repre- 
senting waveforms in a digital memory; CRT 
storage scopes store waveforms within the CRT 



Bistable CRT Storage 

Bistable storage, available as one storage mode 
on the 7834, 7633 and 7623A Mainframes, em- 
ploys a mesh between the electron gun and the 
CRT phosphor It features bright, long lasting 
displays with reduced contrast 

Variable Persistence CRT Storage 

Variable persistence storage is available in the 
7613, 7623A, 7633. and 7834 Mainframes It fea- 
tures bright, high contrast displays and controlled 
persistence 

A front-panel persistence knob provides control 
of the decay (fadeaway) rate of the stored 
image The rate can be varied from almost instan- 
taneous disappearance to a view time of greater 
than 15 s in the 7613 (30 s in the 7623A, 7633, and 
7834) 

Fast Multimode CRT Storage 

Fast multimode storage, available in the 7623A, 
7633, and 7834. provides four storage modes 
The four modes combine the previously dis- 
cussed bright bistable and variable persistence 
storage modes with fast bistable and fast vari- 
able persistence 

The display characteristics of fast bistable and 
fast variable persistence are the same as bistable 
and variable persistence respectively In either 
fast storage mode the trace image is first written 
on a fast mesh, then transferred to a long 
retention mesh for viewing. 

As the name implies, the fast storage mode 
provides increased storage writing speed For 
example, in the reduced scan display mode, the 
variable persistence writing speed of 5 4 cm//4S is 
increased to 2500 cm/^s by selecting fast vari- 
able persistence 




TEK STORAGE OSCILLOSCOPE 



7834 



2500 cm/^s Stored Writing Speed 

Stores Single-shot Rise Times as Fast 
as 1.4 ns 

Dc-to-400 MHz Bandwidth 
Multimode Storage 
Long View Time 



APPLICATIONS 



Laser Fusion 



Digital Design 
Radar/Lidar 



The 7834 Storage Oscilloscope has a stored 
writing speed of 2500 cm/jis, enabling storage of 
single-shot rise times to 1.45 ns, 3.6 cm high, at 
eight-divisions amplitude, reduced-scan mode 
The 7834's mainframe bandwidth is 400 MHz 
(nonstore). The system bandwidth may vary from 
160 MHz to 400 MHz depending on the plug-in 
selected 

This instrument has four storage modes-bistable 
and variable persistence, FAST bistable and 
FAST variable persistence. 

FAST Variable Persistence provides the maxi- 
mum stored writing rate of 2500 cm/^s (reduced 
scan). View time is at least 30 s. 

FAST Bistable increases bistable writing rates 
to 350 cm/^s (reduced scan). 

Bistable provides stored displays with long (30 
minute) view time. 



Variable Persistence gives high contrast dis- 
plays of both single-shot and repetitive phenom- 
ena. When viewing changing waveshapes, vari- 
able persistence provides continuous bright 
displays of new information as old information 
fades from the CRT 




The 4 compartment flexibility means that more 
than one measurement can be performed at the 
same time without switching plug-ins The 7834 
also offers auto-erase for automatic display 
updating a save control for 30 times longer 
viewing. ..gated readout which prevents the 
blooming that tends to occur between sweeps 
with nongated readout and an adjustable 
multitrace delay for varying the viewing time prior 
to the next sweep in the FAST transfer mode. 

The multimode storage unit is designed for single 
shot, low-rep-rate or fast pulse analysis. 
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7834 STORAGE OSCILLOSCOPE 



VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments; compatible 
with all 7000 Series Plug-ins. 

Modes of Operation — LEFT. ALT. ADD. CHOP, RIGHT. 
Mainframe Bandwidth — 400 MHz with 7A29 Amplifier plug- 
in. 

Mainframe Step Response — 0.9 ns or less with 7A29 Ampli- 
fier plug-in 

Chopped Mode — Repetition rate is =*= 1 MHz. 

Delay Line — Permits viewing leading edge of displayed wave- 
form (not recommended for use with 7B50 Series Time Bases) 
Trace Separation Range — In dual-sweep modes. B trace 
can be positioned 4 divisions above or below the A trace. 

HORIZONTAL SYSTEM 

Input — Two right-hand plug-in compartments, compatible 
with all 7000 Series Plug-ins. 7000 Series Vertical Amplifiers 
and specialized plug-ins may also be used 
Modes of Operation — A. ALT. CHOP. B 
Fastest Calibrated Sweep Rate — 1 ns/div. 

Chopped Mode — Repetition rate is %200 kHz. 

X-Y Mode — Phase shift between vertical and horizontal chan- 
nels is within 2° from dc to 35 kHz without phase correction (dc 
to 1 MHz with phase correction, B horizontal only. Option 02). 
Bandwidth is dc to at least 1 MHz. 



CRT AND DISPLAY FEATURES 

Graticule — Internal variable illuminated graticule 8x10 divi- 
sion (0.9 cm/div) gratule in full scan and 8x10 division (0.45 
cm/div) in reduced scan. 

Option 01, without CRT Readout and Probe Power — De- 
letes CRT readout and probe power 

Accelerating Potential — 10 kV full scan mode, and 12 kV 

in reduced scan mode 

Phosphor — P31 . 

CRT Display Modes — Nonstore. Bistable, Variable Persis- 
tence, FAST Bistable and FAST Variable Persistence (full and 
reduced scan). 

Persistence — (Variable Persistence mode only) controls rate 
of continuous erasure of the variable persistence and fast vari- 
able persistence stored displays 

Auto Erase — Continuously variable from <.1 s to >10 s 
Multitrace Delay — Adjusts the transfer cycle time in the 
FAST transfer modes. Continuously variable from <1 s to 
>4 s. 

Save — Prevents display from being accidentally erased, and 
provides up to 30 times longer viewing times in all modes 
External Z-Axis Input — 2 V p-p for full intensity range from 
dc to 1 MHz. Positive signal blanks the trace. Maximum input 
voltage is 1 5 V (dc plus peak ac). 

Auto-Focus — Maintains CRT focus following changes in dis- 
play intensity after focus control has been initially set 
Beam Finder — Limits display within graticule. 
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STORAGE WRITING SPEED 



FULL SCAN (Center 6 x 8 div at 0.9 cm/div) 



Display 

Mode 


Fast 

Variable 

Persistence 


Fast 

Bistable 


Variable 

Persistence 


Bistable 


Stored 

Writing 

Speed 


270 

cm/fis 

(300 div/ 

AS) 


45 

cvn/fis 

(50 div/ 
AS) 


1.8 

cm//zs 

(2 div/ 
AS) 


0.027 

crn/^s 

(.03 div/ 
as) 


View 

Time 


30 s* 


30 min 


30 s* 


30 min 


Erase 

Time 

(Approx) 


1.4 s 


1.4 s 


0.9 s 


0.9 s 



•REDUCED SCAN Center 8 x 10 div at 0.45 cm/div 



Display 

Mode 


Fast 

Variable 

Persistence 


Fast 

Bistable 


Variable 

Persistence 


Bistable 


Stored 

Writing 

Speed 


2500 

cm/MS 

(5,500 div/ 
AS) 


350 

cm/ns 

(776 div/ 

AS) 


5.4 

cm/fjLS 

(12 div/ 
AS) 


0 09 
cm/fis 

(0.2 div/ 
AS) 


View 

Time* 


30 s 


30 min 


30 s 


30 min 


Erase 

Time* 

(Approx) 


1.4 s 


1.4 s 


0.9 s 


0.9 s 



•View times are at full stored display intensity; they may be 
increased more than 30 times by using reduced intensity in the 
SAVE display mode 

Fast Variable Persistence Writing Speed 



Scan 

Mode 


Sweep 

Speed 


Peak-to- 

Peak 

Sine wave 


Step 

Response 


Reduced Scan 
5.500 div/^s 
(0.45 cm/div) 


>1 ns/div 


7.1 div 
250 MHz 


7.7 div 
1.4 ns 


8 div 
221 MHz 


8 div 
1.45 ns 


Full Scan 
300 div/^s 
(0.9 cm/div) 


>10 ns/div 


3.2 div 
30 MHz 


3 div 
10 ns 


6.4 div 
15 MHz 


5 div 
16.6 ns 



OUTPUTS INPUTS 

+ Sawtooth — Positive going with baseline at 0 V ±1 V into 1 
Mil Voltage is 1 V/div ( ± 10%) into 1 MIL 50 mV/div (±15%) 
into 50 it. Output R is ^950 12. 

+ Gate — Positive pulse of the same duration and coincident 
with sweep. Output voltage is 10 V (±10%) into 1 M12. 0.5 V 
(±10%) into 50 12. Output R is = 950 12. Source is selectable 
from A Gate. B Gate or A Delayed Gate 
Vertical Signal Out — Selected by A TRIGGER SOURCE 
switch Output voltage is 0.5 V into 1 MJ2, 25 mV into 50 12. 
Output R is =950 12 Bandwidth depends upon vertical plug-m 
Remote Single Sweep Reset, Remote Save and Remote 
Erase — Rear panel BNC connector inputs, ground closure 
activated 

Remote FAST Transfer Gate — TTL compatible. Low to high 
transition enables high speed target to receive information to 
be stored, high to low transition initiates transfer from high 
speed target to storage target 

Camera Power Output — Three-prong connector to the left of 
the CRT provides power, ground, and remote single-sweep re- 
set access for the C-50 Series Cameras. 

Probe Power — Two rear-panel connectors provide operating 
voltages for two active probes such as P6201 



CALIBRATOR 

Voltage Output — Squarewave. positive-going from ground. 
Ranges are 40 mV. 0 4 V. and 4 V into 100 kl2; 4 mV. 40 mV. 
and 0 4V into 50 12. Amplitude accuracy is within 1%. repetition 
rate is 1 kHz within 0.25%. 

Current Output — 40 mA available through CALIBRATOR 
output with optional BNC to current loop adapter 

Dimensions and Weight. See page 153. 

For Recommended Cameras — See page 154 
For Recommended Plug-ins — See page 152 

POWER REQUIREMENTS 
Line Voltage Ranges — 90 V-132 V. 

180 V-250 V. 

Line Frequency — 48-440 Hz 

Max Power Consumption — 215 Watts. 

Included Accessories — Gray CRT filter (installed) (378- 
0625-02) green CRT filter (378-0625-08). power cord (161- 
0066-00) 



ORDERING INFORMATION 

(Plug-ms not Included) 

7834 Storage Oscilloscope $11,000 

OPTIONS 

Option 01 without CRT Readout and Probe Power Sub $300 

Option 02 X-Y Mode Phase Correction Add $250 

Option 03 Emc Modification ...... ... Add $300 

For Rackmounting, Cradle 

Mount Adapter 040-0560-00 $385 

CONVERSION KITS 

CRT Readout, 040-0811-00 $480 

Emc Modification, 040-0880-00 $440 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



STEP RISE TIME (ns) 




1 2 5 10 20 50 100 200 400 

SINEWAVE FREQUENCY (MHz) 

Graph showing the stored writing speed needed to display a given sine wave or step rise time at a given amplitude. 
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TCTL/ MULTIMODE 
I Cr\ STORAGE OSCILLOSCOPES 



7633 



1000 cm/MS Stored Writing Speed 



Long View Time 



Multimode Storage 



Dc-to-100 MHz Bandwidth 



APPLICATIONS 



Digital Design 



Destructive Testing 



Communications 



The TEKTRONIX 7633 Storage Oscilloscope pro- 
vides 2200 div/*ts (1000 cm//is) stored writing 
speed and 100 MHz bandwidth The instrument 
has three display modes — store, nonstore, and 
save— and four storage modes— bistable, vari- 
able persistence, fast bistable, and fast variable 
persistence The maximum writing speed of 1000 
cm/ns (using the center 8 x 10 reduced scan 
divisions, 0 45 cm/div) is achieved in reduced 
scan mode 

This multimode storage instrument allows for 
retention and viewing for fast-rise, low-repetition- 
rate, single-shot, or slow-moving waveforms. 

Characteristics are common to the 7633 and the 
7623A unless noted 

VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments compatible 
with all 7000 Series Plug-ins Bandwidth determined by main- 
frame and plug-in unit. 

Modes of Operation — LEFT. ALT. ADD. CHOP. RIGHT 
Chopped Mode — Repetition rate is = 1 MHz. 

Delay Line — Permits viewing leading edge of displayed 
waveform 

HORIZONTAL SYSTEM 

Channel — One right-hand plug-in compartment; compatible 
with all 7000 Series Plug-ins. 

Fastest Calibrated Sweep Rate — 5 ns/div 
X-Y Mode — The phase shift between vertical and horizontal 
channels is <2° from dc to 35 kHz Bandwidth is dc to at least 
2 MHz 
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CRT AND DISPLAY FEATURES 

CRT — Internal 8 x 10 div (0.9 cm/div) and 8 x 10 div (0.45 
cm/div) graticule with variable illumination. 

Phosphor — P31 . 

Option 01 — No CRT readout 

Accelerating Potential — =8.5 kV in normal mode. 10 kV in 
reduced scan mode 

Storage Display Modes — Nonstore. FAST variable persis- 
tence. FAST bistable, variable persistence, bistable. Full or re- 
duced scan may be selected on the 7633 in all display modes. 
Select normal scan to view the entire CRT; select reduced 
scan for the fastest writing rate. 

Persistence — Variable When set to max. provides the long- 
est retention of high contrast stored displays, without the char- 
acteristic fading of variable persistence 
Autoerase — Variable up to 10 s. 

Save — Prevents erasing and stonng additional displays, also 
extends view time in variable persistence mode 
External Z-Axis Input — 2 V p-p for useful intensity range 
from dc to 2 MHz; intensity range diminishes to 20% of full 
range at 10 MHz A positive signal blanks the trace Max input 
voltage is 10 V (dc -i- peak ac) and p-p ac. 

Autofocus — Reduces the need for calibrated manual focus- 
ing with changes in intensity after focus control has been set 
Beam Finder — Limits display within graticule area. 



STORAGE WRITING SPEED 



Full Scan (7633 and 7623A) 



Display 

Mode 


FAST 

Variable 

Persis- 

tence 


FAST 

Bistable 


Variable 

Persis- 

tence 


Bistable 


Stored 

Writing 

Speed 


135 

cm/fis 


45 

cm/fis 


0.45 

cm//is 


0.027 

cm//is 


View 

Time 


30 s* 


30 min. 
minimum 


30 s* 


30 min. 
minimum 


Erase 

Time 

(Approx) 


1.4 s 


1.4 s 


0.9 s 


0.9 s 



Reduced Scan (7633 Only) 



Display 

Mode 


FAST 

Variable 

Persis- 

tence 


FAST 

Bistable 


Variable 

Persis- 

tence 


Bistable 


Stored 

Writing 

Speed 


1000 

cm//iS 


180 

cm/^is 


1.35 

cm/n* 


0.09 

cm/^s 


View 

Time 


30 s* 


30 min. 
minimum 


30 s* 


30 min. 
minimum 


Erase 

Time 

(Approx) 


1.4 s 


1.4 s 


0.9 s 


0.9 s 



•These times are at full stored display intensity; they 
may be increased more than 30 times by using re- 
duced intensity in the save display mode. 
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7623A 



135 cn\/ps Stored Writing Speed 
Long View Time 
Multimode Storage 
Dc to 100 MHz Bandwidth 



APPLICATIONS 



Ultra Sonics 



Fast Variable Persistence Writing Speed 



Scan 

Mode 


Sweep 

Speed 


Peak-to- 

Peak 

Sinewave 


Step 

Response 


Reduced Scan** 
2200 div/^s 
(0.45 cm/div) 


>5 ns/div 


7.1 div 
100 MHz 

8 div 
89 MHz 


7.7 div 

3 5 nS (7633 

8 div 0n,y) 

3.7 ns 


Full Scan 
150 div/jis 
(0.9 cm/div) 


>50 ns/div 


3.2 div 
15 MHz 

6.4 div 

7.5 MHz 


3 div 

20 nS 7633 
7623A 

5 div 
33 ns 



STEP RISE TIME (ns) 




SINE WAVE FREQUENCY (MHz) 

Graph showing the stored writing speed needed to 
display a given sine wave or step rise time at a given 
amplitude. 



OUTPUTS/ INPUTS 

+ Sawtooth — Sawtooth starts 1 V or less from ground (into 1 
MU). Output voltage is 50 mV/d iv (±15%) into 50 U. 1 V/div 
( ± 10%) Into 1 MU. Output R is 950 U within 2%. 

+ Gate — Positive pulse of the same duration and coincident 
with sweep Output voltage is 0.5 V (±10%) into 50 U, 10 v 
( ± 10%.) into 1 MU. Rise time is 20 ns or less into 50 U, output 
R is 950 U within 2% Source is selectable from mam. delay, or 
auxiliary gate 

Vertical Signal Out — Selected by TRIGGER SOURCE 
switch Output voltage is 25 mV/div into 50 U. 0.5 V/div into 1 
MU Bandwidth depends on vertical plug-in. Output R is 950 U 
within 2%. 

External Single-Sweep Reset — Ground closure, rear panel 
BNC provides input to reset sweep 

Remote Erase — Ground closure; rear panel BNC provides 
input to erase stored trace 

CAMERA POWER OUTPUT 

Three-prong connector to the left of the CRT provides power, 
ground and remote single-sweep reset access for the C-50 Se- 
nes Cameras 



Power Supply Design 
Component Testing 



The TEKTRONIX 7623A Storage Oscilloscope has 
all the features and performance of the 7633 
except the reduced scan mode 



••Applies to 7633 only. 




The R7633 and R7623A require only 5.25 in. ot rack height in a standard 19 in rack. They are fan cooled and come complete 
with slide-out chassis tracks. 
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VARIABLE PERSISTENCE 
STORAGE OSCILLSCOPES 



CALIBRATOR 

Voltage Output — Rectangular waveshape, positive-going 
from ground (dc voltage available when selected by Internal 
jumper) Ranges are 40 mV. 0.4 V. 4 V into 1 M12; 20 mV. 0.2 
V. 0.4 V into 50 12. Amplitude accuracy is within 1% ( + 15*C to 
+ 35*C); within 2%(0°C to +50°C) Repetition rate is =e1 kHz. 
Current Output — 40 mA dc or 40 mA rectangular waveshape 
with optional current-loop accessory (012-0259-00) connected 
between 4 V and gnd pin jacks. 

POWER REQUIREMENTS 

Line Voltage Ranges — 100. 110. 120. 200. 220. and 240 V 
ac ± 10%; internally selectable with quick change jumpers 
Line Frequency — 50-60 Hz. 

Option 05. Line Frequency Change (50-400 Hz) — Converts 
the 7633. R7633. 7623A and R7623A to 50-400 Hz operation 
Max Power Consumption — 180 W. 2.0 A at 115 V line, 60 
Hz. Fan cooling is provided for both models. 

Included Accessories — 20 in cable (two-pm-to-BNC), (175- 
1178-00); CRT filter, green (378-0625-08). The R7633 and 
R7623A include rackmounting hardware 
Weights and Dimensions — See page 153. 

For Recommended Cameras — See page 154. 

For Recommended Plug-ins — See page 152 



ORDERING INFORMATION 
(Plug-ins not Included) 



7633 Storage Oscilloscope $7295 

R7633 Storage Oscilloscope $7720 

7623A Storage Oscilloscope $5585 

R7623A Storage Oscilloscope $6005 

OPTIONS 

Option 01 without CRT Readout Sub $300 

Option 03 Emc Modification Add $300 

Option 05 Line Freq Change (50-400 Hz) Add $300 

CONVERSION KITS 

CRT Readout (040-0748-01 Cabinet) ... $1000 

(040-0759-01 Rackmount) $1000 

Emc Modification 

(040-0663-01 Cabinet) $480 

(040-0678-01 Rackmount) $285 

Sig Out/In (040-0629-01 Cabinet) $560 

(040-0633-00 Rackmount) $285 

Power Supply to Light Plug-in 

Pushbuttons (040-0686-01) $60 




7613 

Variable Persistence Storage 
4.5 cm/ns Stored Writing Speed 
Dc to 100 MHz Bandwidth 
5.25 in Rackmount Height 



APPLICATIONS 



Audio 

Mechanical Transducers 
Spectrum Analysis 



VERTICAL SYSTEM 

Channels — Two left-hand plug-in compartments, compatible 
with all 7000 Series Plug-ins. Bandwidth determined by main- 
frame and plug-in unit; see Vertical System Specifications 
Chart 

Modes of Operation — LEFT. ALT. ADD. CHOP. RIGHT 

Chopped Mode — Repetition rate is 1 MHz 

Delay Line — Permits viewing leading edge of displayed 

waveform 



HORIZONTAL SYSTEM 

Channel — One right-hand plug-in compartment, compatible 

with all 7000 Series Plug-ins 

Fastest Calibrated Sweep Rate — 5 ns/div 

X-Y Mode — The phase shift between vertical and horizontal 

channels is within 2° from dc to 35 kHz. 

Bandwidth is dc to at least 2 MHz. 



The TEKTRONIX 7613 Storage Oscilloscope of- 
fers variable persistence operation with a stored 
writing speed of 5 div/^s or non-storage oper- 
ation. Stored traces may be viewed up to 60 min- 
utes on a display area of 8 x 10 div (0.9 cm/div). 
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CRT AND DISPLAY FEATURES 
Variable Paraiatance Storage CRT — Internal 8 x 10 div (0 9 
cm/div) graticule with variable illumination 
Phoaphor — P31 
Option 01 — No CRT readout 
Accelerating Potential — 8 5 kV 

Nonatore Mode — For displaying waveforms in the conven- 
tional (nonstorage) mode 

Store Mode — For displaying waveforms using the vanable 

persistence storage feature 

Max Stored Writing Speed — > 4 5 cm/^s 

View Time — The view time is the amount of time the stored 

signal can be viewed before it fades away 

At the max writing speed the view time is 15 seconds or 0.25 

minutes with the stored intensity control fully cw Adjusting the 

stored intensity ccw will reduce the stored writing speed, but 

view time can be increased up to 5 minutes (see the chart 

below) 



* 

SAVE TIME 
CONTROL 




— 1 







0 1 10 5.0 

STORED WRITING SPEED 
(div/Mt at Maximum Persistence) 



Erase Time — 0.5 s or less. 



Persistence — The persistence control also vanes the view 
time The persistence can be adjusted from almost instanta- 
neous disappearance (fade away), to off, which provides the 
view time selected by the stored intensity control. 

Save — Prevents erasure of the stored display and activates 
the save time control. 



Save Time Control — Allows an extension of the view time 
(see Storage View Time Chart). 

External Z-Axis Input — 2 V p-p for full intensity range from 
dc to 2 MHz; intensity range diminishes to 20% of full range at 
10 MHz A positive signal blanks the trace. Max input voltage 
is 10 V (dc + peak ac) and p-p ac. 

Autofocus — Reduces the need for additional manual focusing 
with changes in intensity after focus control has been set. 
Beam Finder — Limits display within graticule area 



OUTPUTS/INPUTS 

+ Sawtooth — Sawtooth starts 1 V or less from ground (into 1 
MW). Output voltage is 50 mV/div (±15%) into 50 W. 1 V/div 
( ± 10%) into 1 MW. Output R is 950 W within 2%. 

+ Gate — Positive pulse of the same duration and coincident 
with sweep Output voltage is 0 5 V ( ± 10%) into 50 W. 10 V 
( ± 10%) into 1 MW. Rise time is 20 ns or less into 50 W; output 
R is 950 W within 2%. Source is selectable from mam. delay, or 
auxiliary gate 

Sig Out — Selected by TRIGGER SOURCE switch. Output 
voltage is 25 mV/div into 50 11, 0.5 V/div into 1 MW. Bandwidth 
depends upon vertical plug-m; see Vertical System Specifica- 
tions Chart. Output R is 950 W within 2%. 

External Single-Sweep Reset — Ground closure; rear panel 
BNC provides mjxit to reset sweep 

Remote Erase — Ground closure, rear panel BNC provides 
input to erase stored trace 



STEP RISE TIME 




Graph showing the stored wnting speed needed for a given 
sinewave or step nse time at a given amplitude. 

CAMERA POWER OUTPUT 

Three-prong connector to the left of the CRT provides power, 
ground, and remote single-sweep reset access for the C-50 
Series Cameras 



CALIBRATOR 

Voltage Output — Rectangular waveshape. jx>sitive-going 
from ground (Dc voltage available when selected by internal 
jumper ) Ranges are 40 mV. 0.4 V. 4 V into 1 MW; 20 mV. 0.2 
V. 0 4 V into 50 W Amplitude accuracy is within 1% (-»- 15°C to 
+ 35*C); within 2% (0“C to +50°C). Repetition rate is =* 1 
kHz 

Current Output — 40 mA dc or 40 mA rectangular waveshape 
with optional current-loop accessory (012-0259-00) connected 
between 4 V and gnd pin jacks. 



Lina Voltage Ranges — 100. 110. 120, 200. 220. and 240 V 
ac ± 10%; internally selectable with quick change jumpers 
Line Frequency — 50-60 Hz. 

Option 05, Line Frequency Change (50-400 Hz) — Converts 
the 7613 and R7613 to 50-400 Hz operation 
Max Power Consumption — 180 W, 2.0 A at 115 V line. 60 
Hz. Fan cooling is provided for both models 
Included Accessories (for 7613 and R7613) — 20 in cable 
(two-pin-to-BNC). (175-1178-00); CRT filter (gray. 378-0625- 
02) The R7613 includes rackmounting hardware 
Dimensions and Weight — See page 153. 

For Recommended Cameras — See page 154. 

For Recommended Plug-ms — See page 152. 



ORDERING INFORMATION 
(Plug-ins not Included) 



7613 Storage Oscilloscope $4680 

R7613 Storage Oscilloscope $5110 

7613 OPTIONS 

Option 01 without CRT Readout Sub $300 

Option 03 Emc Modification Add $300 

Option 05 Line Freq Change (50-400 Hz) Add $300 

Option 06 Special Int Graticule 

(Spectrum Analyzer) — — ... ......... Add $50 

Option 00 Protective Panel Cover ........................ Add $100 

R70 13 OPTIONS 

Option 01 without CRT Readout . — ... ............. Sub $300 

Option 03 Emc Modification Add $300 

Option 05 Line Freq Change (50-400 Hz) Add $300 

Option 06 Special Int Graticule 

(Spectrum Analyzer) Add $50 

7013 CONVERSION KITS 

040-0650-02 CRT Readout $1000 

040-0663-01 Emc Modification $400 

040-0716-00 X-Y Horizontal Comp $410 

040-0029-02 Sig Out/In $535 

040-0606-01 Power Supply to Light 

Plug-in Pushbuttons ..... $60 

R7613 CONVERSION KITS 

040-0670-02 CRT Readout $1000 

040-0670-01 Emc Modification $265 

040-0666-01 Power Supply to Light 

Plug-in Pushbuttons ................. $60 




The R7613 requires only 5 1/4 m of rack height in a standard 19 in rack. It is fan cooled and comes complete with slide-out chassis 
tracks 
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DIGITAL MAINFRAMES 



CONTENTS 

7854 Waveform Processing Oscilloscope 177 
761 2D Programmable Waveform Digitizer 179 
791 2AD Programmable Waveform Digitizer 181 

7000 Series Reference 148 

7000 Series Non-Storage Mainframes 155 

7000 Series CRT Storage Mainframes 168 

7000 Series Plug-Ins 183 

IEEE-488 COMPATIBLE 

Especially designed for precise automatic 
waveform measurements in demanding ap- 
plications in R&D and production 
environments. 
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High speed 7854, 7912AD 



Repetitive Med speed 7854, 791 2AD, 761 2D 



Low speed 7854, 761 2D 



Highspeed 7912AD 



Single Shot Med speed 7912AD, 7612D 



Low speed 761 2D, 7854/7B87 



7000 Series Digital Mainframes offer wide 
performance capabilities suited to today’s 
demanding measurement needs. Depend- 
ing on mainframe, capture high or low 
speed signals that are repetitive or single 
shot. Configure mainframes to your individ- 
ual needs from a choice of over 30 plug-ins. 
The 7854 combines outstanding analog and 
digital performance with microprocessor- 
based waveform processing whereas the 
7612D and 7912AD combine outstanding 
analog and digital performance with full 
programmability. All mainframes are fully 
GPIB compatible. 



Digital Storage 

The fundamental difference between the 
digital storage scope and the CRT storage 
scope is the form of storage. Digital scopes 
store data representing waveforms in a digi- 
tal memory; CRT storage scopes store 
waveforms within the CRT. Digital storage 
requires digitizing and reconstruction pro- 
cesses. "Digitizing" consists of "sampling" 
and "quantizing." Sampling is the process of 
obtaining the value of an input signal at dis- 
crete points in time; quantizing is the trans- 
formation of that value into a binary number 
by the analog-to-digital converter (ADC) in 
the digital scope. You determine how often 
digitizing occurs by the time base. The time 
base uses a digital clock to time the analog- 
to-digital (A/D) conversion and to store the 
data in memory. The rate at which this hap- 
pens is the digitizing rate (or sampling rate). 

Once the data is in the digital memory, it 
can be read out and reconstructed for dis- 
playing or further waveform processing. 





Store Repetitive Signals up to 400 MHz 
with Standard Plug-ins, and up to 14 
GHz with the 7S12 Sampler 

Digital Storage with Waveform 
Processing 

Common Waveform Measurements at 
the Touch of a Button 

Keystroke Programming 

GPIB Interface 
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IEEE 488 



The 7854 complies with IEEE Standard 488-1978 



Waveform Parameters at the Touch of a Key 

Dc to 400 MHz Bandwidth @10 mV/div 

Calibrated Sweep Rates to 500 ps/div 

Stores Repetitive Waveforms up to 400 MHz 

Single Shot Events up to 50 j/s/div 
(with 7B87 Time Base) 

Signal Averaging 

Pretrigger (with 7B87 Time Base) 

Resolution up to 0.01 div on Stored Data 
(10 bits) 

Choose 128, 256, 512, 1024 
Points/Waveform 

Keystroke Programming (up to 1000 lines) 
GPIB Interface (Standard) 



APPLICATIONS 



Power Supply Testing 
Fiber Optics 

Total Harmonic Distortion (Audio) 



The 7854 Oscilloscope represents a new ap- 
proach to waveforms. It displays solutions to 
common measurement problems on screen at 
the touch of a button Now you can concentrate 
on decision making instead of measurement tak 
ing. The 7854 gives you the features of a 
Tektronix 7000 Series high performance scope 
linked with advanced digital storage and 
waveform processing. It also offers programm- 
able measurement routines, GPIB interface, and 
compatibility with 7000 Series plug-in units 

The 7854 can display real time and stored 
waveforms separately or simultaneously. With op- 
tional memory up to 40 waveforms can be stored 
and recalled for easy comparison. 

Signal averaging can recover signals buried in 
noise and improve measurement accuracy. One 
or two cursors selectable for voltage and time 
measurements One cursor provides measure- 
ments referenced to ground and time zero, 
whereas two cursors provide A time and A 
voltage Cursors also bracket areas of the 
waveform that are to be measured with standard 
waveform measurement routines; i.e , mm, max, 
p-p 

For single-shot use, the 7B87 Time Base plug-in 
provides pre-trigger control which allows storage 
of events that precede the trigger The amount of 
pre-trigger data can be varied continuously. 



The mainframe and calculator keyboards contain 
a series of buttons representing the most com- 
monly used waveform parameters. These func- 
tions operate on stored waveforms. Keystroke 
programming from the keyboards enable the user 
to design measurement routines tailored to indi- 
vidual tests or experiments. 

7854 CHARACTERISTICS 

VERTICAL REAL TIME SYSTEM 
Input — Two plug-m compartments, compatible with 7000 Se- 
nes plugins 

Mode* of Operation — LEFT, ALT. ADD. CHOP. RIGHT. 
Mainframe Bandwidth — 400 MHz with 7A29 and 7A19 Am- 
plifier plug-m 



Mainframe Step Response — 0.9 ns or less with 7A29 and 
7A19 Amplifier plug-m. 

Chopped Mode — Rep rate is =*1 MHz 
Delay Line — Permits viewing leading edge of displayed wave- 
form (7B50 Series time bases not recommended for 7854 ex- 
cept 7B50A). 

Trace Separation Range — In dual-sweep modes. B trace 
can be positioned 4 divisions above or below the A trace. 

CRT AND DISPLAY FEATURES 
CRT Display Modes — 

SCOPE (Conventional display.) 

STORED (Digital data display.) 

BOTH (Stored mode plus real time waveforms.) 

PROGRAM ENTRY (User program text display.) 
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Conventional Scope In the SCOPE mode, 
the 7854 provides a complete plug-m scope 
giving standard displays like other Tektronix 
high performance scopes 



Storage Scope Rise time is calculated by 
pushing a single key. Time and voltage diff- 
ferences between cursors are shown on the 
line above nse time. 



Multiple Storage and Calculation: Volts, cur- 
rent. and power are all shown on the display. 
Power (V - 1) is calculated with two 
keystrokes 
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Waveform Processing Keystroke Program- 
ming enables the user to design measure- 
ment routines tailored to individual tests or 
expenments. 




HORIZONTAL REAL TIME SYSTEM 
Input — Two plug-in compartments; compatible with 7000 Se- 
nes plug-ms 7000 Series vertical amplifiers and specialized 
plug-ins may also be used * 

Modes of Operation — A. ALT. CHOP. B 
Fattest Calibrated Sweep Rate — 0 5 ns/div. 

Chopped Mode — Repetition rate is *=200 kHz 
X-Y Mode — Phase shift between vertical and honzontal chan- 
nels is within 2* from dc to 35 kHz without phase correction, 
(dc to 1 MHz with phase correction. B horizontal only. Option 
02 ). 

'Note: See piug-in compatibility for exceptions for digital 
storage 




PROGRAM STORAGE 

Keystroke programming allows the mainframe to remember a 
sequence of keystrokes (with remote calculator keyboard or 
GPIB *) 

Editing — Line by line editing capability. 

•Note: Vertical and Horizontal mainframe modes and all other 
keys except edit commands are programmable. 

DIGITAL STORAGE 

Equivalent Time Bandwidth — 400 MHz See 7000 Series 
System bandwidth specifications 
Accuracy — Refer to Plug-in specifications. 

Acquisition Channels — One or two simultaneous channels 
(Plug-in CHOP mode not valid). 

Acquisition Window — ±5 divisions from center screen both 
vertically and horizontally 
Resolution — 

Vertical. 0.01 divisions. 

Honzontal. selectable points/ waveform on remote keyboard 



only 


Horizontal 




Resolution 


Points 


(dlv.) 


per waveform 


0.01 


1024 


0.02 


512 


0.04 


256 


0.08 


128 



PLUG-IN COMPATIBILITY 

Most all 7000 Series Plug-ins are compatible in the standard 
oscilloscope display mode The 7L5 and 7L18 Spectrum Ana- 
lyzers require factory modification for optimum use with digital 
storage operation The 7D01 . 7 DO 2 and 7T1 1 are not compati- 
ble in STORED mode 

The 7B07 provides pretrigger for the 7854 Pretrigger allows 
you to view what has occurred before the trigger event in single 
shot applications The amount of pre-tngger time is determined 
by the Acquire-Stop delay time setting The total amount of 
pre-trigger is 0.2 to 9.9 times the time/div setting 



Single Shot Performance — Using 7B87 with 7854 Internal 
clock 



Futsit Sweep 
(Time/Div) 


Points 

per waveform 


50/tt 


128 


100/it 


256 


200ms 


512 


500/xS 


1024 



OUTPUTS/INPUTS 

+ Sawtooth — Positive-going with baseline at 0 V ± 1 V into 1 
Mu Voltage is 1 V/div (± 10%) into 1 M12. 50 mV/div (±15%) 
into 50 12. Output R is ^950 



178 



MEMORY FORMAT 





STANDARD 


OPTION 2D 


OPTION OD 


Points Per Waveform* 


128 


256 


512 


1024 


128 


256 


512 


1024 


512 


Max No of Waveforms 


16 


8 


4 


2 


40 


20 


10 


5 


1 


Max No of Constant Registers 


50 


100 


0 


Max No of Prog Commands plus lines 


920 


2000 


0 



•Unless otherwise selected, default value is 512 at power-up. 



+ Gate — Positive pulse of the same duration and coincident 
with sweep Output voltage is 10 V ( ± 10%) into 1 MU. 0.5 V 
(±10%) into 50 «. 

Output R is =*950 W. Source is selectable from A gate. B gate, 
or DELAYED gate 

Vertical Signal Out — Selected by A TRIGGER SOURCE 
switch. Output voltage is 0.5 V/div into 1 MU. 25 mV/div into 50 
12. Output R is =>*950 12. Bandwidth depends upon vertical plug- 
in. 

Remote Single Sweep Reset — Rear Panel BNC. ground clo- 
sure activated. 

TTL Output — Rear panel BNC. TTL output under remote 
keyboard control (SWH and SWL). 

External Z-Axis Input — 2 V p-p for full intensity range from 
dc to 1 MHz. Positive signal blanks the trace. Maximum input 
voltage is 15 V (dc plus peak ac). 

Camera Power Output — Three-prong connector to the left of 
the CRT provides power, ground, and remote single-sweep re- 
set access for the C-50 Series Cameras. 

Memory Back-Up Power Input — 6.0 V to 6.5 V at 0.7 amp to 
preserve stored data if mainframe s power is interrupted 

CALIBRATOR 

Voltage Output — Squarewave. positive-going from ground. 
Ranges are 40 mV. 0.4 V. and 4 V into 100 k!2; 4 mV. 40 mV. 
and 0 4 V into 50 12. Amplitude accuracy is within 1%; repetition 
rate is 1 kHz within 0.25%. 

Current Output — 40 mA available through Calibrator output 
with optional BNC to current loop adapter 

POWER REQUIREMENTS 
Line Voltage Ranges — 90 V-132 V. 180 V-250 V. 

Line Frequency — 48-440 Hz. 

Max Power Consumption — 230 W. 

Included Accessories — Power cord (161-0066-00) 
BNC-to-BNC Cable — (012-0208-00) 

PHYSICAL CHARACTERISTICS 



Dimensions 




cm 


in 


Mainframe 


Height 


34.8 


13.7 




Width 


30.5 


12.0 




Length 


62.7 


24.7 


Waveform 


Height 


6.9 


2.7 


Calculator 


Width 


27.7 


10.9 




Length 


16.5 


6.5 




Cord Length 


14.2 
(within 
7 cm) 


5.6 


Weight 




kg 


lbs 


Net Weight 




20.4 


45 


Shipping 




28.2 


62 



IEEE-488 INTERFACE 

Standard — Conforms to IEEE-488 1978 standard 
Interface Functions Subset Implemented 
SHI Complete Source Handshake 
AHl Complete Acceptor Handshake 
T5 Talker Function 
L3 Listener Function 
SR 1 Complete Service Request Capability 
RL1 Complete Remote/Local Capability 
DCl Complete Device Clear Capability 
DTI Complete Device Trigger Capability 
I/O Records — Waveforms constants, program text, and dis- 
play text. 

End of Message Terminator (Selectable in TALK/LISTEN 
mode for EOI or LF/EOI). — Compatible with Tektronix and 
other popular controllers. 

Device Address — Selectable via rear panel switch. 

Remote Operation — All keystroke functions and vertical and 
honzontal modes can be remotely operated via the GPIB. 



ORDERING INFORMATION 
(Plug-ins not included) 
7854 Oscilloscope (including remote 



calculator keyboard) $1 1,950 

Option 02 (X-Y Phase Correction) Add $150 

Option 03 (Emc Modification) Add $250 

Option 78 (P1 1 Phosphor) Add $35 

Option 0D (Delete GPIB and Remote 

Keyboard, one waveform storage) Sub $500 

Option 2D (4k Expanded Memory, 

040-0941-00) Add $1000 

INTERNATIONAL POWER CORDS & PLUG OPTIONS 

Option A1 Universal Euro 220 V/18A No Charge 

Option A2 UK 240 V/13A No charge 

Option A3 Australian 240 V/10A No Charge 



Option A4 North American 240 V/ 1 5A No Charge 

7B87 Time Base required only for 
pretrigger and single shot digitizing . $1480 



The 7854 is also available as a WP1310 Signal Processing 
System. This system is a synergistic combination of the 
TEKTRONIX 7854 Oscilloscope and 4052 Graphic Comput- 
er. Together, these two instruments automate the entire 
waveform test and measurement process, from acquisition 
and calculation to storage and display formatting. 
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SYSTEMS 

The 761 2D is also available m WP3000 Senes Signal Process- 
ing Systems These fully automatic systems are designed, as- 
sembled. tested, and documented to satisfy the demand for 
speed, automation, accuracy, and repeatability in characteriz- 
ing devices or phenomena which give rise to waveforms in the 
second to submicrosecond range For more information on 
these systems, contact your local Tektronix Sales Engineer 
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GPIB 

liEEE *891 

The 7612D complies with IEEE Standard 488 
1975, and with Tektronix Codes and Formats 
Standard 



200 MHz Maximum Sampling Rate 
Two Channels, Two Time Bases 
8 Bit Resolution 



2048 Words of Memory per Channel 

5 ns to 1 s Selectable Sampling Intervals 
with Interval Switching Allowed During 
Waveform Acquisition 

Pretrigger and Posttrigger Operation 

Fully Programmable over IEEE-488 Bus 
For System Oriented Operation 



APPLICATIONS 



Automated Testing 
EMP 



Non-Destructive Testing 



The 761 2D Programmable Digitizer is a dual- 
channel. dual time base waveform digitizer for 
use under computer control It has a maximum 
sampling rate of 200 MHz. Each channel has its 
own analog-to-digital converter, a new type de- 
signed by Tektronix for accurate, high-speed 
waveform digitizing. Each channel also has its 
own time base operating from a single 200 MHz 
crystal-controlled clock. The result , two fully inde- 
pendent channels capable of capturing one 
waveform each, simultaneously, with the same or 
different vertical sensitivities and time-base 
settings 

And there’s still more flexibility available The 
number of samples per waveform (record length) 
can be selected, from 256 to 2048 The sample 
rate can be changed during waveform digitizing, 
for example, using dense sampling on fast transi- 
tions and switching to sparser sampling for slow 



decays Also, each channel's local memory can 
be partitioned into one to eight equal-length 
records You have the choice, too. of looking at 
waveforms before the triggering event 
(pretrigger), immediately after the trigger, or de 
layed from the trigger (posttrigger) Or you can 
choose to operate the channels dependency by 
triggering one after the other. 

All 761 2D functions can be selected manually or 
operated under program control over the IEEE- 
488 bus. Add two 7A16P Programmable Amplifier 
plug-ins, one for each channel, and you have 
program control over every waveform acquisition 
function 

Extracting information from medium-speed sig- 
nals is a typical application of 761 2D systems 




figure 1. The complete period of a signal (top trace) is recorded 
at 200 ns; by changing the sample rate to 10 ns dunng nse and 
fall times and 800 ns dunng the plateau (bottom trace), you can 
measure nse time, fall time, pulse width and interval accurately 
on a single shot signal 




figure 2 A decaying signal recorded at a 10 ms sampling rate 
(top trace), the same signal can be recorded at a 100 ns 
sampling rate dunng the initial portion and switched back to a 
10 ns sampling rate (bottom trace), to capture all information 
on a single shot signal. 




figure 3 A signal with two echoes recorded at a uniform sam- 
pling rate (top trace), the same signal recorded at an increased 
sampling rate dunng each echo (bottom trace), to capture each 
echo with increased resolution 




figure 4 A transient response of a system at power-up record- 
ed with no pre- trigger (top trace); by using the pre- trigger the 
complete response can be digitized (bottom trace) 




figure 5 The initial portion of an exponential decay is recorded 
on Channel A (top trace); Channel B. set at a higher sensitivity 
and triggered to record after Channel A has finished, captures 
the remaining pulse tail with increased vertical resolution (bot- 
tom trace) 
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761 2D CHARACTERISTICS 

VERTICAL SYSTEM 

Channel* — Two left-hand plug-in compartments compatible 

with all 7000 Series amplifier plug-ins. Fully programmable 

when 7A16P Plug-ins are used 

Bandwidth — 80 MHz with 7A16P Plug-in 

Modes of Operation — Left channel with Time Base A and 

right channel with Time Base B 

TIME BASES A AND B 

Type — Two built-in digital time bases with a common crystal- 
controlled dock. 

Clock — Internal: 200 MHz ±0.0035%; stability: within 10 
ppm/year External from signal source <200 MHz 
Sample Interval — With internal clock selectable from 5 ns to 
1 s in a 1, 2. 3 9 sequence (exduding 6. 7. 8 and 9 ns). With 
external clock: Selectable from 1 to 200 x 10* times the exter- 
nal dock period in a 1. 2. 4. 6 . .20 sequence 
Interval Switching — Sample interval can be changed up to 13 
times per waveform record with preservation of time 
relationships 

TIME MEASUREMENT ACCURACY 

Without sample interval switching. 0.0035% (stability 10 
ppm/year). With sample interval switching: 0.0035% (stability 
1 0 ppm/year) for all sample intervals slower than 5 ns. 

Modes of Operation — Time Base A with left channel and 
Time Base B with right channel. Independent or B triggerable 
after A completes its acquisition. 

TRIGGERING A AND B 

Source — Left or right plug-in, external, manual by push 
button 

Mode — Single sweep 

Coupling — Ac. dc. ac Hf REJ. dc Hf REJ. 

Slope — Positive or negative 

Level Range — Internal: at least ±128 LSB m 256 steps 
External: at least ± 1.28 V in 256 steps 
Trigger Jitter (Internal) — 0.1 ns or less, dc to 100 MHz 
Triggering Error — ±1 sample ambiguity in recognizing the 
trigger. 1 sample maximum recognition error between channels 
(using same trigger channel for both time bases). 

Trigger Sensitivity — 



Coupling 


Triggering 

Frequency 

Range 


Minimum Signal 
Required 

Internal Ext 


Ac 


40 Hz to 50 MHz 
50 MHz to 100 MHz 


20 LSB 
44 LSB 


100 mV 
100 mV 


Ac Hf REJ 


40 Hz to 50 kHz 


20 LSB 


100 mV 


Dc 


dc to 50 MHz 
50 MHz to 100 MHz 


20 LSB 
44 LSB 


100 mV 
100 mV 


Dc Hf REJ 


dc to 50 kHz 


20 LSB 


100 mV 



ARMING A AND B 

Push button or computer control. 

DIGITIZING AND STORAGE 



Method — Continuous, sequential digitizing of the input sig- 
nals with storage of samples selected by instrument settings. 



Resolution — 8 bits. 




Dynamic Accuracy — Signal to noise ratio performance at 
25 °C for a half scale sinewave input signal (an ideal 8 bit digi- 
tizer would give a S/N ratio of 43 8 dB). 


Signal Freq. 


S/N Ratio 


300 kHz 


42.0 


20 MHz 


32.0 


80 MHz 


20.0 



Internal Memory — Type: ECL. Size: 2048 8-bit words per 
channel, total of 4096 8-bit words. 

Record Length, A or B — 256. 512. 1024. or 2048 samples 
Number of stored records: Up to eight 256-word, four 512- 
word. two 1024-word, or one 2048-word records per channel, 
each requires a trigger Trigger is automatically rearmed after 
each record acquisition 



Pretrigger Delay Range — Selectable in multiples of 8 sam- 
ples Without sample interval switching: from 0 up to 16 sam- 
ples less than the record length. With sample interval switch- 
ing: from 0 up to 16 samples less than the position of the first 
sample interval change. 

Posttrigger Delay Range — Selectable in multiples of 8 sam- 
ples from 8 to the record length (requires selection of only one 
record). 

OUTPUTS/INPUTS 

X, Y, Z Analog Output — Provides for analog display of data 
in memory X and Y level is 1 V p-p into 100 kfl or greater, 
adjustable from 0.75 V to 1.3 V. 

Z level is 0 to 1 V (full white) into 100 ktt or greater 
Clock Out — Provides internal clock signal at ECL level. 
External Clock In — ECL levels. <1 ns nse and fall time. 2.5 
ns minimum pulse width and <200 MHz. 

L and R Trig In — Provide external trigger input to the left and 
right trigger channels (50 fl terminated). 

1, 2, 3, 4 — Four feed-through connections to the front panel. 
Digital Interlace — Conforms to IEEE Standard 488-1978 

IEEE-488 INTERFACE 

Standard — Conforms to IEEE-488 1975 Standard, 
interlace Functions Subset Implemented: 

SHI Complete source handshake 
AH1 Complete acceptor handshake 
TE8 Extended talker function. 

LE4 Extended listener function. 

SRI Complete service request capability 
RL1 Complete remote/local function. 

PP 0 No parallel poll. 

DCl Complete device clear capability 
C 0 No controller function 
DT 0 No device 

Response to Interface Control Messages — The 761 2D re- 
sponds to the following interface control messages: 

GTL — Go to local. 

LLO — Local lockout. 

S DC- DCL — Selected device clear and device clear 
SPE-SPD — Serial poll enable and disable 
IFC — Interface clear. 

IEEE-488 Bus Addresses — Mainframe and programmable 
plug-ins share a common primary address and are differentiat- 
ed through the use of secondary addresses 
Programmable Functions — All instrument settings and oper- 
ating modes are programmable 

Format — Commands in ASCII, waveform data in binary 
(range 0 to 377*). 

Transfer Rate — 710 k bytes/second maximum. 

Waveform Transfer Time — To an infinitely fast controller: 
8.35 ms for one 2048 points record Actual transfer time de- 
pends on controller and software speed 

ENVIRONMENTAL 

Temperature Range — Operating: 0-40°C. Nonoperating 
- 62°C to +85°C. 



Altitude — Operating: -250 to ±15.000 ft (-76 to +4570 
meters) Nonoperating: -250 to + 50.000 ft (- 76 to +15.200 
meters). 

POWER REQUIREMENTS 

Line Voltage Range — 90 V to 132 V ac and 180 V to 250 V 
ac 

Line Frequency — 48 to 440 Hz. 

Power Consumption (including plug-ins) — Maximum 400 
watts. 5 A at 115 V 60 Hz. 

Remote Control — Remote power ON/OFF capability is 
provided. 

PHYSICAL CHARACTERISTICS 
Size — Fits 19 in rack. Height: 178 mm, (7 in). Width: 483 mm. 
(19 in). Length: 703 mm, (27.70 in). 

Weight — 25 kg. (55 lb). 

STANDARD ACCESSORIES 

Operators and Service Manuals, set of rack slides, power cord. 
IEEE-488 bus cable 

Order 761 2D 

Programmable Digitizer $26,400 

(Plug-ins not included) 
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The 7 A 16P is a fully programmable vertical amplifier used in 
the 761 2D. For further information, see plug-in specifications in 
the 7000 Senes Plug-in section pages 183-204. 
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SYSTEMS 

The 79 12 AO is also available in WP2000 Series Signal Pro- 
cessing Systems. These fully automatic systems are de- 
signed. assembled, tested, and documented to satisfy the 
demand for speed, automation, accuracy, and repeatability 
in characterizing devices or phenomena which give nse to 
waveforms in the millisecond to nanosecond range. For 
more information on these systems contact your local Tek- 
tronix Sales Engineer. 



79 12 AD 

GPIB 

liEEE-ieel 

The 7912AD complies with IEEE Standard 488 
1975. and with Tektronix Codes and Formats 
Standard 



Digitize and Store Single-Shot or 
Repetitive Signals from Millisecond 
to Subnanosecond duration 

500 MHz Bandwidth at 10 mV/div 

500 ps/div Fastest Calibrated Sweep Rate 

Waveform Digitizing to 9-Bit Vertical 
and 9-Bit Horizontal Resolution 

Built-In Signal Averaging Capability 

Fully Programmable over IEEE-488 Bus 
For System Oriented Operation 



APPLICATIONS 



Destructive Testing 
Laser Research 
Automated Testing 



Capturing high-speed waveforms is the 7912AD s 
forte. Each waveform can be sampled up to 512 
times within selectable time window ranging from 
ten milliseconds to five nanoseconds (50 kHz to 
100 GHz equivalent sampling rate). 

This performance is accomplished by a Tektronix 
scan converter which writes the signal onto a 
silicon-diode target array. In TV Mode, the signal 
information is read from the target and converted 
to composite video for a bright display on a 
television monitor. However, in the Digital Mode 
the waveform data is read into an internal mem- 
ory. From this memory, the digitized waveform 
can be transferred via the IEEE -488 bus to an 
external controller for processing 



The 7912AD Mainframe is programmable over the 
same IEEE-488 bus When the programable plug- 
ins (one 7A16P Programmable Amplifier and one 
7B90P Programmable Time Base) are used, the 
7912AD becomes a fully programmable digitizer 
with a bandwidth of 200 MHz This is a significant 
step toward fully automated test and measure- 
ment in disciplines such as laser and energy- 
related research, component or subassembly 
testing, and other areas requiring information 
extraction from high-speed waveforms 
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VERTICAL SYSTEM 

Channels — Single plug-in compartment accepts any 7000 
Senes amplifier plug-in. Fully programmable when 7A16P is 
used 

Bandwidth — Determined by amplifier plug-in. 7A16P: 200 
MHz. 7A19: 500 MHz. 

Delay Line — Permits viewing of leading edge of acquired 
waveform. 

HORIZONTAL SYSTEM 

Channels — Single plug-in compartment accepts any 7000 
Senes time base. Fully programmable with 7B90P 
Fastest Calibrated Sweep Rate — 500 ps/div with the 7B90P 
or 7B92A Time Bases 

Slowest Recommended Sweep Rate — 1 ms/div in digital 
mode, possible loss of data below this limit. 

DIGITIZING AND STORAGE 

Method — Scan conversion. 

Resolution — 9 bits. In the Digital Mode, the target is scanned 
in a 512 x 512 point matrix offering at least 400 discrete hori- 
zontal elements, each with a range of at least 320 discrete 
vertical values. In the TV Mode, the target is scanned in a 
standard TV format with a resolution of at least 400 lines at 
50% response. 

Writing Rate ( + 10*C to +40*C) — TV Mode: writes an 8-div 
smewave of at least 500 MHz in a single sweep Digital Mode: 
stores a single 8-div pulse with a rise time of 1 ns or less 
Option 04, increases TV Mode writing rate by factor of 2 and 
Digital Mode writing rate by 2.5. 

Target Defects — No more than six points digitized other than 
those written by input waveform. Built-in firmware allows for 
defect removal by an external controller. 

Memory — Type: semiconductor. Size: 4096 10-bit words for 
data from target and two 512 16-bit word areas for internally 
processed and reduced data. Record Length: 512 samples per 
waveform maximum. 



7A16P 




Programmable Amplifier 



ELECTRONIC GRATICULE 

8x10 division dot matrix written onto the scan converter tar- 
get immediately after waveform acquisition. Can be displayed 
simultaneously with the input signal on the TV monitor or digi- 
tized and stored 

OUTPUTS/INPUTS 

X, Y, Z Analog Output — Provides for analog display of data 
in memory. X and Y level is 1 V p-p into 100 kfl or greater; 
adjustable from 0.75 V to 1 .3 V. Z level is 0 to 1 V (full white) 
into kfl or greater 

Composite Video Output — Only available in TV mode Used 
to drive a TV monitor for displaying signal wntten on scan- 
converter target as an aid to setting intensity for complete digi- 
tizing. Linear Output: Replica of the signal read from the target 
with sync added Binary Output: Two-level output derived from 
the linear composite video output. Used to indicate on the TV 
monitor how well a waveform will be digitized. Scale factor 
readout included in both linear and binary. 

Sync Output — At least 4 V into 75 fl. Conforms to EIA RS- 
170. 

Sync Loop — Allows TV Mode to be synchronized with exter- 
nal EIA RS-170 sync waveform. 

+ Gate Output — Provides a positive pulse with a duration 
equal to and coincident with the time-base sweep. 

Z-Axis Input - ±1 V input modulates the writing gun intensity 
over its full range 

Vert In, Cal In, Trig In — Three internal 50 ft coaxial cables 
connect signals from the rear panel to the front panel to ease 
system configuration in rackmounts. 

Probe Power — Provides power for Tektronix active probes 



7B90P 



UVtl TRIGGERING 




VMM 

m m m 




Programmable Time Base 



IEEE-488 INTERFACE 

Standard — Conforms to IEEE-488 1978 Standard 
Interface Functions Subset Implemented: 

SHI Complete source handshake 
AH1 Complete acceptor handshake. 

TE8 Extended talker function. 

LE4 Extended listener function. 

SRI Complete service request capability 
RL1 Complete remote/local function. 

PP0 No parallel poll. 

DC 1 Complete device clear capability. 

CO No controller function. 

DTI Device trigger complete. 

ENVIRONMENTAL 

Tamparatura Ranga — Operating: 0-40* C. Nonoperating. 
-55*C to + 75*C. 

Altitude — Operating: up to 4570 m (7000 ft). Nonoperating: 
Up to 15,200 m (50.000 ft). 

Emc (plug-ins inserted) — Meets MIL-STD-461A and 462 
radiated and conducted interference from 30 Hz to 1 GHz. 

POWER REQUIREMENTS 

Lina Voltage Ranga — 90 V to 132 V ac and 180 V to 250 V 
ac. 

Lina Frequency — 48-440 Hz. 

Power Consumption (including plug-ins) — 360 watts 
maximum. 

Remote Control — Remote power ON/OFF capabilities 
provided 

PHYSICAL CHARACTERISTICS 

Size — Fits 19 inch rack. Height: 177 mm (7 in). Width: 483 
mm (19 in). Length: 679 mm (26.8 in). 

Weight — 24.7 kg (54.6 lb). 

STANDARD ACCESSORIES 

Power cord, set of rack slides. IEEE-488 bus cable. Operator 
and Service manuals. 



ORDERING INFORMATION 
(Plug-ins not included) 

It is recommended that 7912ADs not be pur- 
chased or operated without an accompanying 
TEKTRONIX 634 Raster Scan Display Monitor with 
Option 11 (see p 96). 

79 12 AD Programmable Digitizer .... $24,800 

OPTIONS 

Option 04 Change to Fast Digitize (changes scanning ma- 
trix to 528 x 258 points, changes electronic graticule to 
mark only every other division, increases writing 



rats •••••••••••••••••••••••••••••••••••••••••••••••••••••••••••••••••••••••• No Charge 

Option 09 Change Line Voltage 

(220 V/ 50 Hz) .. No Charge 

Option 13 Change TV scan to 

825 lines at 50 Hz No Charge 

Option 30 Delete IEEE bus cable Sub $90 

634 Option 1 1 Raster Scan 

Display Monitor $2940 



Tektronix offers maintenance training classes on the 
7912AD Programmable Digitizer. For further training infor- 
mation, contact your local Sales Office or request a copy 
of the Tektronix Customer Training Catalog on the return 
card. 



The 7 A 16P and 7B90P are programmable plug-ms used in the 7912AD. For further information, see piug-in specifications in the 7000 
Senes Plug-m Section 
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7000 SERIES 
PLUG-INS 




For the 7000 Series you can select from over 
thirty-five different plug-ins. For example, 
digital multimeters, counters and A-D con- 
verters. With this plug-in selection you can 
solve problems in many applications includ- 
ing spectrum analysis, curve tracing, logic 
analysis, and sampling. This variety lets you 
tailor your instrument to meet your immedi- 
ate need And to expand its capabilities 
later as your needs change. 



CONTENTS 



Dc to 225 MHz Amplifiers 1 84 

Differential Amplifiers 186 

FET Probe Amplifier 187 

Amplifiers 188 

Programmable and Digital 
Pretrigger Time Base 189 

Delayed and A Delaying 
Time Base 190 

Dual Time Bases 192 

Single Time Base 194 

Digital Delay 195 

Universal Counter/Timer 196 

A/D Converter 198 

Digital Multimeter 198 

Sampling Units to 14 GHz 199 

45 ps TDR or General Purpose 
Sampler 200 

1 GHz Dual Trace, Delayed 
Sweep Sampler 201 

Sampling Heads to 14 GHz 202 

Trigger Countdown Head 203 

Trigger Recognizer Heads 203 

Pulse Generator Heads 203 

Curve Tracer 204 

Readout Unit 204 
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Dc to 80 MHz Amplifier 

7A15A 



Single Trace Amplifiers 

Differential Amplifiers 

Dual Trace Amplifiers 

Delayed and A Delaying Time Base 

Dual Time Bases 

Curve Tracer 

Digital Delay 

A/D Converter 

Digital Multimeter 

Universal Counter/Timer 

Sampling 

TDR 



Dc to 80 MHz Bandwidth (7900 Family) 

5 mV/div to 10 V/div 
Calibrated Deflection Factors 



500 jxV/div at 10 MHz (X10 Gain) 



1 MU Input 



The 7A15A is an easy to use, 80 MHz amplifier 
that features a X10 magnifier to increase the sen- 
sitivity to 500 /iV/div with 10 MHz bandwidth It 
has a constant bandwidth at all deflection factors 
in the XI setting. Polarity of the display is 
selectable. 

Deflection Factor — 5 mV/div to 10 V/div in 11 calibrated 
steps (1-2-5 sequence). XI gam accuracy is within 2% with XI 
gain adjusted at 10 mV/div. XI 0 gain (increases sensitivity to 
500 mV) accuracy is within 10% at 10 MHz bandwidth through- 
out deflection factor settings. Uncalibrated VARIABLE is con- 
tinuous between steps to at least 25 V/div. 

Input R and C — 1 Mil within 2%; =*=20 pF. 

Max Input Voltage — Dc -coupled 250 V (dc + peak ac), ac 
component 500 V p-p max. 1 kHz or less. Ac-coupled; 500 V 
(dc + peak ac). ac component 500 V p-p max. 1 kHz or less 
Order 7A15A Amplifier $565 




Tektronix offers maintenance training classes on 7000 Se- 
ries plug-ins and mainframes and new multi-media training 
packages on Digital Counter and Meter Concepts and 
Sampling Concepts. For further training information, con- 
tact your local Sales Office or request a copy of the Tek- 
tronix Customer Training Catalog on the return card. 



7A16A 

eOtlTIOM 

<4 




Dc to 225 MHz Amplifier 

7A16A 



Dc to 225 MHz Bandwidth (7900 Family) 

5 mV/div to 5 V/div 
Calibrated Deflection Factors 



1 MU Input 



The 7A16A is an easy to use, 225 MHz amplifier. It 
features constant bandwidth over the deflection 
factor range of 5 mV/div to 5 V/div. Polarity of the 
display is selectable; bandwidth is selectable to 
FULL or limited to 20 MHz for low-frequency 
applications 

Deflection Factor — 5 mV/div to 5 V/div in 10 calibrated steps 
(1-2-5 sequence). Accuracy is within 2% with gam adjusted at 
10 mV/div Uncalibrated VARIABLE is continuous between 
steps to a least 12.5 V/div. 

Input R and C — 1 Mfl within 2%; =*20 pF. 

Max Input Voltage — Dc-coupled: 250 V (dc + peak ac). ac 
component 500 V p-p max. 1 kHz or less. Ac-coupled: 500 V 
(dc + peak ac); ac component 500 V p-p max. 1 kHz or less. 
Dc Stability — Drift with ambient temperature (constant line 
voltage) is 0.01 div/*C. Drift with time (ambient temperature 
and line voltage constant) is 0.02 div in any one minute after 1 
hour warm-up. 

Order 7A16A Amplifier $1030 
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For recommended probes — refer to page 152. 



TEK 



7000 

SERIES 



7A16P 




Programmable — Dc to 225 MHz Amplifier 

7A16P 



Fully Programmable Plug-in for 
79 12 AD or 761 2D Digitizers only 

10 mV/div to 5 V/div Calibrated 
Deflection Factors 

200 MHz Bandwidth (7900 Family) 



50 Q or 1 M ft Input Selectable 



The 7A16P is designed for use only in Tektronix 
7000 Series Programmable Digitizers All of the 
normal operational features of a high-quality, 
wide band 7000 Series plug-in amplifier are pro- 
vided in the 7A16P. These are available at the 
front panel for manual selection, or they can be 
set under program control via a programmable 
mainframe and the IEEE-488 bus. Whether oper- 
ated manually or under program control, the front- 
panel push buttons light to indicate plug-in status 
Plug-m status can also be read over the IEEE-488 
bus by an external controller for input to instru- 
ment set-up and control routines. 

Two switch selected input connectors are also 
provided for selecting input signal source. 

CHARACTERISTICS 

Bandwidth — 225 MHz. plug-.n only 200 MHz in the 791 2AD. 
Bandwidth may be limited to 20 MHz ± 3 MHz by bandwidth 
limit switch. 

Ac Coupled Lower Bandwidth — 10 Hz or less 

Step Response — 50 (2 input plug-in only. 1 .8 ns nse time. 

Deflection Factor — 10 mV/div to 5 V/div. 9 steps in a 1-2-5 
sequence Accuracy is ±2% of indicated deflection factor with 
GAIN adjusted at 10 mV/div. 

Uncalibrated VARIABLE is continuous between steps and ex- 
tends selected deflection factor to at least 2.5 times the cali- 
brated value 

Input R and C — Selectable: 1 M12 within 2% and =20 pF or 
50 12 ±1 12 with VSWR <1.5:1 at 200 MHz or less. 

Inputs — Selectable A or B signal input connectors. 

Max Input Voltage — 1 Mil. dc coupled: 250 V (dc + peak 
ac). ac component 500 V p-p max. 1 kHz or less M12, ac coup- 
led 500 V (dc + peak ac). ac component 500 V p-p max. 1 
kHz or less. 50 0: 0.5 watts max. 

Programmable Functions — All functions except VARIABLE. 
GAIN, and IDENTIFY are programmable. 

Order 7A16P Programmable 

Amplifier $2200 



7A1 8 




Dc to 75 MHz Dual Trace Amplifier 

7A18 

Dc to 75 MHz Bandwidth 



5 mV/div to 5 V/div 
Calibrated Deflection Factors 



1 Ml] Input 



The 7A18, the basic building block of 3- and 4- 
trace operation, is a dual-trace plug-in amplifier 
The 7A18 features constant bandwidth for all de- 
flection factors, 5 operating modes (Ch 1, Ch 2, 
ALT, CHOP, ADD), trigger source selectivity and 
color-keyed control grouping. The 7A18 has a 
trace identify function Polarity of channel 2 is 
selectable 

Deflection Factor — 5 mV/div to 5 V/div in 10 calibrated steps 
(1-2-5 sequence) Accuracy is within 2% with gain adjusted to 
10 mV/div Uncalibrated VARIABLE is continuous between 
steps to at least 12 5 V/div. 

Input R and C — 1 M12 within 2%; =20 pF. 

Max Input Voltage — Dc-coupled: 250 V (dc + peak ac); ac 
component 500 V p-p max. 1 kHz or less. Ac-coupled: 500 V 
(dc + peak ac); ac component 500 V p-p max. 1 kHz or less 
Dc Stability — Drift with ambient temperature (constant line 
voltage) is 0 01 div/ 0 C. Drift with time (ambient temperature 
and line voltage constant) is 0.02 div in any one minute after 1 
hour warm-up. 

Common-Mode Rejection Ratio (ADD, Ch 2 Invert) — 

At least 10:1. dc to 50 MHz. 

Order 7A18 Amplifier $1145 

DC OFFSET OPTION 

Dc Offset is for the user who needs to analyze small signals 
that are riding on larger signals, such as power supply ripple. 
Option 06, Dc Offset — Two separate Channel 1 and Channel 
2 variable offset controls are concentric with the position con- 
trols replacing the identify push-buttons of the standard 7A18. 
The ac-dc-ground switch of each channel is expanded to ac- 
commodate a fourth position for dc offset. 

Offset Range Display — ± 200 div max, equivalent to ± 1 V 
at 5 mV/div. 

Accuracy — When in DC OFFSET the deflection accuracy is 
derated by 1 %. 

Order Option 06 Dc Offset Add $200 



7A26 




Dc to 200 MHz Dual Trace Amplifier 

7A26 



Dc to 200 MHz Bandwidth (7900 Family) 

5 mV/div to 5 V/div 
Calibrated Deflection Factors 



1 MQ Input 



The 7A26, a dual-trace plug-in amplifier, is a basic 
building block for 3* or 4-trace operation It fea- 
tures constant bandwidth for all deflection fac- 
tors, 5 operating modes (Ch 1, Ch 2, ALT, CHOP, 
ADD), trigger source selection (Ch 1, Ch 2, 
MODE), and color-keyed control groupings Polar- 
ity of channel 2 is selectable. Bandwidth may be 
set at FULL or limited to 20 MHz for low-frequen- 
cy applications. 

Deflection Factor — 5 mV/div to 5 V/div in 10 calibrated steps 
(1-2-5 sequence). Accuracy is within 2% with gain adjusted at 
10 mV/div. Uncalibrated VARIABLE is continuous between 
steps to at least 12.5 V/div. 

Input R and C — 1 Mil within 2%; =20 pF. 

Max Input Voltage — Dc-coupled 250 V (dc + peak ac); ac 
component 500 V p-p max. 1 kHz or less. Ac-coupled: 500 V 
(dc + peak ac); ac component 500 V p-p max. 1 kHz or less. 
Common-Mode Rejection Ratio (ADD, Ch 1 Invert) — 

At least 10:1. dc to 50 MHz 

Dc Stability — Drift with ambient temperature (constant line 
voltage) is 0.02 div/*C. Drift with time (ambient temperature 
and line voltage constant) is 0.02 div in any one minute after 1 
hour warm-up. 

Order 7A26 Amplifier $1850 



Tri/ DIFFERENTIAL AMPLIFIER 
I Ll\ SINGLE-TRACE AMPLIFIER 



7000 

SERIES 



7A17 

POSITION 

# 



input 




Dc to 1 50 MHz Bandwidth 



7A17 



Low Cost 



Dc to 150 MHz Bandwidth (7900 Family) 
50 mV/div Calibrated Deflection Factor 
Easy to Customize 



The 7A17 is a unique wideband, plug-in amplifier 
electrically and mechanically suitable for do-it- 
yourself design and modification. 

The layout of the circuit board assembly provides 
a blank soldering pad matrix and ground plane 
surface totaling approximately 40 square inches. 
Circuits may be installed here. Mainframe power 
is identified and available on the circuit board 
The front sub-panel is prepunched with holes of 
various sizes and shapes which allow for the 
mounting of connectors, switches, indicators, etc. 

Deflection Factor — Adjustable to 50 mV/div There is no step 

attenuation 

Input Z — 50 Q 

Max Input Voltage — 5 V RMS. 

Order 7 A 17 Amplifer $375 




7A13 




DIFFERENTIAL COM PAN ATOM 



Differential Comparator Amplifier 

7A13 



Dc to 105 MHz Bandwidth (7900 Family) 

1 mV/div to 5 V/div 
Calibrated Deflection Factors 

20,000: 1 Cmrr 

10,000 cm Effective Screen Height 
1 MQ Input 



The 7A13 is a differential comparator amplifier It 
incorporates a number of features which make it 
particularly versatile, especially in multitrace com- 
bination with other 7000 Series vertical plug-ins. 

The 7A13 has constant bandwidth over the 1 
mV/div to 5 V/div deflection factor range The 
bandwidth is selectable to FULL or 5 MHz for 
best displayed noise conditions for low-frequency 
applications 

As a differential amplifier the 7A13 provides a bal- 
anced (+ and — ) input for applications requiring 
rejection of a common-mode signal The cmrr is 
20,000:1 from dc to 100 kHz, derating to 200:1 at 
20 MHz. The unit can reject up to 10 V of com- 
mon-mode signal at a deflection factor setting of 
1 mV/div, increasing to 100 V rejection potential 
at 10 mV/div (X10 Vc pulled) and 500 V at 0.1 
V/div. 

As a comparator amplifier the 7A13 loses its dif- 
ferential capability, but provides an accurate 
(0.1%) positive or negative internal offsetting volt- 
age covering the common-mode signal range of 
the unit. A signal of up to ± 10 V may be applied 
to an input ( + or — ) at a deflection factor setting 
of 1 mV/div and, with an opposing Vc (offset volt- 
age), viewed in 10,000 segments of 1 mV. The 
offset voltage is also available as an output for 
external monitoring. 



High Cmrr Probes for Differential Amplifiers 

We recommend the P6055 high cmrr adjustable 
10X probes for use with Tektronix differential 
amplifiers. 

When used in pairs, these probes increase the 
differential input impedance to 20 mfl and allow 
adjustment for maximum common-mode rejection 
ratio (cmrr). 

See page 336 for P6055 characteristics. 

Input R and C — 1 Ml! within 0.15%; ^20 pF. R in »oo, is 
available in the 1 mV to 50 mV/div range, selectable by an 
internal switch 

Deflection Factor — 1 mV/div to 5 V/div in 12 calibrated steps 
(1-2-5 sequence). Accuracy is within 1 .5% with gain adjusted at 
1 mV/div. Uncalibrated VARIABLE is continuous between 
steps to at least 12.5 V/div. 



Single Range — 



Deflection 

Factor 

Settings 


ImV to 
50mV/div 


10 mV to 
50 mV/div 
(X10 Vc out) 
and 0.1 V to 
0.5 V/dlv 


0.1 V to 0.5 
V/div (X10 Vc 
out) and 1 V 
to 5 V/div 


Common- 
mode Signal 
Range 


±10 V 


±100 V 


±500 V 


Max De- 
coupled Input 
(dc + Peak 
Ac at 1 kHz 
or less) 


±40 V 


±400 V 


±500 V 


Max Ac- 
coupled Input 
(dc voltage) 




±500 V 





Max Input Gate Current — 0.2 nA or less from 0°C to 
+35 # C; 2 nA or less at +85°C to +55°C. 

Dc Stability — Drift with time (constant ambient temperature 
and line voltage): short term. 1 mV p-p or 0.1 div, or less 
(whichever is greater) over any 1 -minute interval after 20 min- 
ute warm-up. Long term. 1 mV p-p or 0.1 div or less (whichever 
is greater) during any 1 hour interval after 20 minute warm-up. 
Drift with ambient temperature (constant line voltage). 2 
mV/10*C to 0.2 div/10*C or less, whichever is greater 
Displayed Noise (Tangentially measured) — With X10 Vc in. 
400 mV (200 mV RMS) or less at 1 mV/div; 0.2 div or less at 2 
mV/div to 5 mV/div; 0.05 div or less at 10 mV/div to 5 V/div. 
With XI 0 Vc out. 0.4 div or less at 10 mV/div to 0.5 V/div. 
Overdrive Recovery — 1 ms to recover to within 2 mV and 0.1 
ms to recover to within 1 mV after a pulse of ± 10 V or less at 1 
mV/div only regardless of pulse duration 
Internal Comparison Voltage — Range. 0 V to ± 10 V; accu- 
racy. ±(0.1% of setting + 3 mV); Vc output R, *n 15 kfl. 
Common-Mode Rejection Ratio — 




FREQUENCY 



At least 2000:1. 10 mV/d iv to 50 mV (X10 Vc out) and 0.1 V/div 
to 5 V/div Ac-coupled input at least 500:1 at 60 Hz. 

Order 7 A 13 Amplifier $2690 
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DIFFERENTIAL AMPLIFIER 
FET PROBE AMPLIFIER 



7A22 




Differential Amplifier 

7A22 



Dc to 1 MHz Bandwidth 

10 ^V/div to 10 V/div 
Calibrated Deflection Factors 

100,000:1 Cmrr 

Selectable Upper and Lower -3 dB Points 
Dc Offset 



10 MV/Hour Dc Drift* 
1 MU Input 



The 7A22 is a differential amplifier well suited for 
difficult low-amplitude, low-frequency 
measurements 

High Cmrr Probes for Differential Amplifiers 

We recommend the P6055 high cmrr adjustable 
10X probes for use with Tektronix differential 
amplifiers 

When used in pairs, these probes increase the 
differential input impedance to 20 mU and allow 
adjustment for maximum common-mode rejection 
ratio (cmrr). 

See page 336 for P6055 characteristics. 

•With constant temperature See dc stability specifications 

Bandwidth — Hf -3 dB point, selectable in 9 steps (1-3 se- 
quence) from 100 Hz to 1 MHz, accurate within 10% of select- 
ed frequency rise time in 1 MHz position is 350 ns ±9%. Lf 
-3dBpoint, selectable in 6 steps (1-10 sequence) from 0 1 Hz 
to 10 kHz. accurate within 12% of selected frequency The 
switch also contains dc and dc with OFFSET positions. Ac- 
coupled at input, 2 Hz or less 

Deflection Factor — 10 MV/div to 10 V/div in 19 calibrated 
steps (1-2-5 Sequence) Accuracy is within 2% with gam ad- 
justed to 1 mV/div. Uncalibrated VARIABLE is continuous be- 
tween steps to at least 25 V/div. 

Input R and C — 1 Mil within 1%; =*=47 pF. 

Mai Input Gate Current — Differentially measured. 40 pA 
( + 25 # C) and 200 pA ( + 50°C) at 10 m V/ div to 10 mV/div; 10 
pA ( + 25 # C) and 20 pA ( + 50°C) at 20 mV/div to 10 V/div. 



Single ended, one-half the differential measurement Display 
shift is i 4 div ( + 25 • C) and + 20 div ( - 50 • C) at 1 0 m V/ div (ac- 
coupled) 

Signal and Offsset Range — 



Deflection 

Fector 

Settings 


10 mV 
to 10 
mV/dlv 


20 mV 
to 0.1 
V/div 


0.2 V 
to 1 
V/dlv 


2 V 
to 10 
V/dlv 


Common- 

mode 

Signal 

Range 


±10 V 


±100 V 


±500 V 


Max De- 
coupled 
Input (dc 
+ peak ac 
at 1 kHz 
or less) 


±15 V 


±200 V 


±500 V 


Max Ac- 
coupled 
Input (dc 
voltage) 


±500 V 

dc rejection, at least 4 x 10*:1 


Dc Offset 
Range 


+ 1 V 
to 

-1 V 


+ 10 V 
to 

-10 V 


+ 100 V 
to 

-100 V 


+ 1000 V 
to 

-1000 V 



Dc Stability — Drift with time (constant ambient temperature 
and line voltage): short term. 5 mV (p-p) or 0.1 div, whichever is 
greater in any minute after 1 hour warm-up. Long term. 10 mV 
(p-p) or 0.1 div. whichever is greater in any hour after 1 hour 
warm-up. Drift with ambient temperature (constant line voltage) 
is 50 mV/*C or less 

Displayed Noise — 16 mV or 0.1 div (whichever is greater) at 
max bandwidth; source resistance 25 0 or less measured 
tangentially. 

Overdrive Recovery — 10 ms or less to recover within 0.5% of 
zero level after removal of a test signal applied for 1 s (signal 
amplitude not to exceed differential dynamic range). Front-pan- 
el OVERDRIVE light indicates that an overdrive condition is 
being approached 

Common-mode Rejection Ratio (for signals not exceeding 
common-mode signal range) 




'MQUCMCV 



Order 7A22 Amplifier $1410 



7A1 1 




Amplifier 



tip, are relay-switched into the input signal path at 
the appropriate deflection factor Therefore you 
need not concern yourself with manual plug-on 
attenuators and signal dynamic range 

Deflection Factor — 5 mV/div to 20 V/div in 12 calibrated 
steps (1-2-5 sequence) Accuracy is within 2% of gain adjust- 
ment at 0.1 V/div. Uncalibrated VARIABLE is continuous be- 
tween steps to at least 50 V/div. 

Input R and C — 1 Ml] within 1%; *=5.8 pF (5 mV/div to 50 
mV/div). *=3.4 pF (0.1 V/div to 1 V/div). *=2 pF (2 V/div to 20 
V/div). 

Signal and Offset Range — 



Deflection 

Factor 

Settings 


5 mV/di v 
to 50 
mV/dlv 


0.1 V/div 
to 1 V/div 


2 V/div 
to 20 V/dlv 


Offset 

Range 


+ 1 V to 
-1 V 


+ 20 V to 
-20 V 


+ 400 V to 
-400 V 


Offset 
Range to 
Offset Out 


1:1 within 
1% 

+0.5 mV 


20:1 within 
1.5% 

+ 0.5 mV 


400:1 within 
2% 

+ 0.5 mV 


Max De- 
coupled 
Input 


200 V (dc 
+ peak ac, 
ac com- 
ponent to 
50 kHz) 


200 V (dc 
+ peak ac, 
ac com- 
ponent to 
40 MHz) 


200 V (dc 
+ peak ac, 
ac com- 
ponent to 
70 MHz) 


Max Ac- 
coupled 
Input 
(Dc Com- 
ponent) 


±200 V 



7A1 1 



Built-in FET Probe 



Dc to 250 MHz Bandwidth (7900 Family) 
5 mV/div to 20 V/div 



Calibrated Deflection Factors 



Dc Offset 



1 MU Input 



The 7A11 is a wideband plug-in amplifier. The 
captive FET probe input configuration optimizes 
signal acquisition with high resistance (1 MU) and 
low capacitance (5 8 pF at 5 mV/div), without loss 
of signal amplitude by probe attenuation Two 
20X attenuators, physically mounted in the probe 



Dc Stability — Dnft with time (constant ambient temperature 
and line voltage): short term. 0.1 div or less per minute after 20 
minute warm-up Long term, 0.3 div or less per hour after 20 
minute warm up. Drift with ambient temperature (constant line 
voltage). 200 mV/*C or less 

Displayed Noise — 0.5 mV or 0.1 div. whichever is greater, in 
FULL BANDWIDTH mode, measured tangentially 
Offset Function — An internal dc source, continuously vari- 
able between + 1 V and - 1 V. may be used to offset the trace. 
(See chart for offset range.) An OFFSET OUT jack allows for 
monitoring of the offset voltage OFFSET OUT source resis- 
tance is 500 0 within 3%. 

Included Accessohes — Capacitor-coupler head (011-0110- 
00). retractable hook tip (013-0106-00). probe tip ground 
adapter (013-0085-00), 3 in ground lead (nose) (175-0849-00); 
3 in ground lead (screw-in) (175-0848-00); 12 in ground lead 
(screw-in) (175-0848-02); three miniature alligator dips (344- 
0046-00); two insulated sleeves (166-0404-01); probe hook tip 
(206-0114-00); probe tip to GR 50 0 termination (017-0088- 
00); 18 in cable (offset out) (175-1092-00). 

Order 7 A 11 Amplifier $2325 



For recommended Drobes — refer to oaae 152. 
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7000 

SERIES 



7A24 




Dc to 400 MHz Dual Trace Amplifier 



7A24 



Dc to 400 MHz Bandwidth (with 7104) 

5 mV/div to 1 V/div 
Calibrated Deflection Factors 



50 ft Input 



The 7A24, a high-performance, wide band, dual- 
trace amplifier, is designed primarily for use with 
the 7700, 7800, 7900, and 7100 Series 
Mainframes The 7A24 offers 350 MHz bandwidth 
and 5 mV/div sensitivity; this provides the basic 
building block for 3 or 4 trace operation It 
features constant bandwidth for all deflection 
factors, 5 operating modes (CH 1, CH 2, ALT, 
CHOP, ADD), trigger source selection (CH 1, CH 
2, MODE), and color-keyed control groupings. 
Polarity of channel 2 is selectable. 

Deflection Factor — 5 mV/div to 1 V/div in 8 calibrated steps 
(1-2-5 sequence) Accuracy is within 2% with gam adjusted to 5 
mV/div. Uncalibrated VARIABLE is continuous between steps 
to at least 2.5 V/div. 

Input R — 50 12 within 0.5%; vswr 1.25:1 or less at 5 mV/div 
and 10 mV/div, 1.15:1 or less from 20 mV/di v to 1 V/div at 250 
MHz 

Max Input — 5 V RMS. 0.5 W max input power, internally 
protected 

Common-Mode Rejection Ratio — At least 10:1. dc to 50 
MHz 

Dc Stability — Drift with ambient temperature (constant line 
voltage) is 0.02 div/°C. Dnft with time (ambient temperature 
and line voltage constant). 0.02 div in any one minute after 1 
hour warm-up. 

Order 7A24 Amplifier $2090 
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7A19 

raunoa 



/ V 

VOLTft/DIV 




Dc to 600 MHz Amplifier 



7A19 



Dc to 600 MHz Bandwidth (with 7104) 

10 mV/div to 1 V/div 
Calibrated Deflection Factors 

Optional ±500 ps Variable Delay Line 



50 ft Input 



The 7A19 is a high-performance, wide band, sin- 
gle-trace plug-in amplifier designed primarily for 
use with the 7100, 7700, 7800, and 7900 Family 
Mainframes. The polarity of the display is 
selectable, either normal or inverted 

Deflection Factor — 10 mV/div to 1 V/div in 7 calibrated steps 
(1-2-5 sequence) Accuracy is within 3%. 

Input R — 50 it. 

Option 04, Variable Signal Delay — Permits matching the 
transit time of two preamps and probes to better than 50 ps. 
Range is ± 500 ps. 

Max Input — 50 div peak or 10 V RMS (2 W). whichever is 
less, in the dc -coupled mode 100 V dc additional in the ac- 
coupled mode. 



ORDERING INFORMATION 



7A19 Amplifier $1980 

Option 04 Variable Sig Delay Add $350 



7A29 
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Dc to 1 GHz Amplifier 



7A29 



Dc to 1 GHz Bandwidth (7104) 

10 mV/div to 1 V/div 
Calibrated Deflection Factors 



50 ft Input 



The 7A29 is a high performance, wide-bandwidth, 
single-trace plug-in amplifier designed primarily 
for use with the 7104 Mainframes A vertical am- 
plifier to bw of mainframe, the 7A29 has a 10 
mV/div to 1 V/div vertical sensitivity. 

Deflection Factor — 10 mV/div to 1 V/div in 7 calibrated steps 
(1-2-5 sequence). Accuracy is within 2% with gam adjusted at 
0.1 V/div. Uncalibrated variable is continuous between steps to 
at least 2.5 V/div. 

Input R — 50 fl. 

Option 04, Variable Signal Delay — Permits matching the 
transit time of two preamps and probes to better than 10 ps. 
Range is 1 ns. 

Max Input — 10 V RMS or 1 W- second pulses not exceeding 
50 V peak in dc coupled mode 100 V dc additional in ac cou- 
pled mode. 

Input Protection — Internal detection circuitry provides pro- 
tection by automatically disconnecting excessive signals of up 
to 50 V. The ’disconnected* condition is indicated, and has 
manual reset 



ORDERING INFORMATION 



7A29 Amplifier $2455 

Option 04 Variable Sig Delay Add $350 



For recommended probes— refer to page 152. 



TPL/ 7000 

I LZr\ SERIES 



PROGRAMMABLE TIME BASE 
DIGITAL PRETRIGGER TIME BASE 



7B90P 



7B90P 



7B87 



500 ps/div to 500 ms/div 
Calibrated Time Base 

Fully Programmable Plug-in 
7912 AD Digitizer only 

400 MHz Trigger Bandwidth 

Single-Sweep Operation 



The programmable 7B90P is designed for 
use with a TEKTRONIX 7912AD 
Programmable Digitizer Its operating func- 
tions can be manually selected at the front 
panel or selected under program control 
via the IEEE-488 bus. The only 
nonprogrammable functions are the 
Sweep Calibration adjustment and the Ex- 
ternal Trigger Input Terminator Switch. 




- 



d 

- tSs 



7B90P _ 



CHARACTERISTICS 

Sweep Rate* — 500 ms/div to 10 ns/div in 24 steps Magnifier 
extends fastest calibrated sweep rate to 500 ps/div 
Sweep Accuracy — Measured over center 8 div. + 15°C to 
+ 35°C. with any 7000 Series programmable mainframe De- 
rate accuracies by an additional 1% for 0°C to + 50°C. 



Tlme/Div 


Unmagnified 


Magnified 


500 ms/div to 100 ns/dlv 


2% 


3% 


50 ns/div to 10 ns/div 


3% 


4% 


500 ps/div 


— 


5% 



Trigger Holdoff — Programmable in 62 steps between 
minimum and maximum. 



Tlme/Div 


Min (ccw) 


Max (cw) 


500 ps/div to 2 MS/div 


<3.5 ms 


>90 ms 


5 /xs/dlv to 20 MS/div 


<35 ns 


>900 ms 


50 M*/div to 200 MS/div 


<350 ms 


>9 ms 


500 /xs/div to 2 ms/div 


<3.5 ms 


>90 ms 


5 ms/div to 500 ms/div 


<35 ms 


>900 ms 



Internal Trigger Jitter — 0.1 ns or less at 400 MHz. 

External Trigger Input — Selectable: 1 Mil ±5%. 20 pF 
± 10% or 50 I) ±5% with 1 .22 max vswr at 400 MHz. Maxi- 
mum input is 250 V (dc ± peak ac) for 1 Mil or 1 watt for 50 ft 
or 1 watt for 50 fl. The level range (excluding p-p AUTO) for a 1 
kHz sinewave input is at least ± 3 V in EXT and at least ± 30 V 
in EXT ± 10. 

Order 7B90P Programmable 

Time Base $2650 

7B87 



1 ns/div to 5 s/div Calibrated 
Time Bases 

Triggering to 400 MHz 



Variable Trigger Holdoff 



Pretrigger when used with 7854 



Triggering Sensitivity — 

P-P AUTO MODE 



Triggering Frequency 


Min Signal Required 


Range 


INT 


EXT 


At least 50 Hz 


2.0 div 


500 mV 


200 Hz to 50 MHz 


0.5 div 


125 mV 


50 MHz to 400 MHz 


1.5 div 


375 mV 



NORM Mode 



Coupling 


Triggering Frequency 
Range 


Min Signal 
Required 




INT 


EXT* 


AC 


30 Hz to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


100 mV 
250 mV 


AC LF REJ' 


30 kHz to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


100 mV 
250 mV 


AC HF REJ 2 


30 Hz to 50 kHz 


0.3 div 


100 mV 


DC 


Dc to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


100 mV 
250 mV 



'EXT -r 10 operation attenuates external trigger signal 10 
times 

’Will not trigger on stnewaves or <8 div. 

INT. or 3 V. EXT. at or below 60 Hz. 

'Will not trigger on 50 MHz smewaves 1.5 div or less. 

INT. or 0.15 V or less. EXT. 



The 7B87 is a time base designed for use with the 
7854 Mainframe to provide additional pre-trigger 
capability The pre-trigger feature is only compati- 
ble with the 7854 at this time When used in the B 
horizontal of the 7854. the 7B87 provides both 
single shot and pre-trigger capability to the 7854 

The 7B87 has the same characteristics as the 
7B80/7B85 time base plug-ins except for single 
shot pre-trigger capability Pre-trigger allows you 
to view what has occurred before the trigger 
even in single shot applications The amount of 
pre-trigger time is determined by the Acquire- 
Stop delay time setting The total amount of pre- 
trigger is 0.2 to 99 times the time/div setting 

The INT -r 1000 control reduces the stored 
time/div to 1000 times slower than the real time 
display on a 7854. This does not, however, affect 
the Acquire-Stop delay time The INT ± 1000 
control allows stored sweep speeds from 10 ms 
to 5000 sec/div for slow speed applications. 

An EXT CLOCK-IN connector is provided for 
clock frequencies other than what is offered by 
the INT clock of the 7B87 



Single-Sweep Mode — Same as NORM mode. 

Trigger Level — Programmable in 0.05 div steps 
Horizontal Position — Programmable in 0 0125 div step un- 
magmfied. 0.125 div step magnified. 



CHARACTERISTICS 

Sweep Rates — 5 s/div to 10 ns/div in 27 steps (1-2-5 se- 
quence). XI 0 MAGNIFIER extends fastest calibrated sweep 
rate to 1 ns div The uncalibrated VARIABLE is continuous to 
at least 2.5 times the calibrated sweep rate 



Sweep Accuracy — Measured over the center 8 div. ±15*C 
to + 35*C. in the 7700. 7800. or 7900 Series Mainframes De- 
rate accuracies by an additional 1% for 0*C to + 50*C. 



Tlme/Div 1 


Unmagnified 


Magnified 


5 s/dlv to 1 s/div 


4% 


Unspecified 


0.5 s/div to 50 ns/div 


1.5% 


2.5% 


20 ns/div to 10 ns/div 


2.5% 


4.0% 



fastest calibrated sweep rate is limited by 7700 and 
7600. 

Trigger Holdoff Time — 



Minimum 

Holdoff 

Setting 


5 s/div to 

1 MS/div 


2 times 
TIME/DIV 
setting or less 


0.5 MS/div to 
10 ns/div 


2.0 ms or less 


Variable 


Extends holdoff time through at least 


Holdoff 


2 sweep lengths for rates of 20 ms/ 


Range 


div or faster 





Delay Time Range — 0.2 or less to at least 9.0 times 
TIME/DIV setting. 



Jitter — 0.02% of TIME/DIV setting + 0.1 ns, or less. 



TRIGGERING 

Triggering Sensitivity (Auto and Norm Modes) — from 
repetitive signals) 





Triggering 


Min Signal Required 


Coupling 


Frequency Range 1 


Int 


Ext 


AC 


30 Hz to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 


AC LF 
REJ 2 


30 kHz to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 


AC HF 
REJ 


30 Hz to 50 kHz 


0.3 div 


50 mV 


DC 2 


Dc to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 



’Triggering frequency ranges are limited to the fre- 
quency of the vertical system when operating in the 
Internal mode. 

2 Will not trigger on sinewaves of less than 8 div 
Int, or 3 V Ext, at or below 60 Hz. 

triggering Frequency Range for dc coupling applies 
to frequencies above 30 Hz when operating In the 
Auto trigger mode. 

Single Sweep — Requirements are same as for repe- 
titive inputs. 

Internal Trigger Jitter — 0.1 ns or less at 400 MHz. 

Sensitivity (P-P AUTO Mode) — (ac or dc coupling) 



Triggering 


Min Signal Required 


Frequency Range 


Int 


Ext 


200 Hz to 50 MHz 


0.5 div 


125 mV 


50 MHz to 400 MHz 


1.5 div 


375 mV 


Low Frequency Response: 
At least 50 Hz 


2.0 


500 mV 



External Trigger Input — Max input voltage is 250 V 
(dc + peak ac). Input R and C is 1 Mfl within 5% 
and 20 pF within 10%. The level range (excluding P-P 
AUTO) is at least ±1.5 V in EXT +1, and at least 
±15 V in EXT -M0. 

Internal Clock — Pre-trigger 0.02048 Hz to 20.45 MHz 
determined by the time/div, X10 mag. and ±1000 
switches. Accuracy of Internal + INT ±1000 = 0.1%. 
External Clock — Max input is 5 V pk. Input R is 100 
K fl within 5%. Threshold voltage TTL compatible. Max 
input freq. 10 MHz with BNC input. Delay 0.5 ms or 
less. 

Acquire Stop Delay — Total range is 0.2 or less to at 
least 9.9 times Time/Div setting. Jitter from 5 s/div 
to 10 /xs/div 0.07% of time/div setting or less. Delay 
accuracy ( + 15°C to +35°C) from 0.5 s/div to 10 ms/ 
div is within 0.5% of measurement plus 5% of time/ 
div setting. 



Single Shot Performance — Using 7B87 with 7854 
Internal Clock. 



Fastest Sweep 


Points 


(Tlme/Div) 


per waveform 


50ms 


128 


100ms 


256 


200ms 


512 


500ms 


1024 



Order 7B87 Time Base $1480 



TCL/ DELAYED TIME BASE 
I C.W A DELAYING TIME BASE 



7B10 and 7B15 

7B15 Features: 



A Time Measurements 
with CRT Readout 



Delayed Time Measurements 
with CRT Readout 

Vertical Trace Separation 
between Two Delayed Sweeps 



Both Feature: 



0.2 ns/div to 0.2s/div Calibrated 
Time Bases 

Triggering to 1 GHz 

Variable Trigger Holdoff 

Peak-to-Peak Auto Triggering 



The 7B10 and 7B15 are horizontal time bases 
designed for use with the 7104 Mainframe to 
provide optimum bandwidth/sweep- 
speed/compatibility, but may also be used with 
the 7700, 7800, and 7900 Series Mainframes 
(Each may be used in any slower 7000 Series 
Mainframe with some reduction in sweep accura- 
cy at the fastest sweep speed ) 

The 7B10 and 7B15 or the 7B80 and 7B85 provide 
the A time measurement capability in addition to 
the standard delay time capability. Either time 
interval is digitally displayed on the CRT A single 
intensified zone which you can position anywhere 
on the trace identifies the delay time interval (the 
time from the "A" or main sweep to the start of 
the intensified zone) Two intensified zones which 
you can position anywhere on a trace identify the 
A time interval (time between intensified zones) 
Alternate sweep switching makes it possible to 
display the information between the intensified 
zones full screen at the "B" sweep speed By 
overlapping the two expanded waveforms, you 
are confident of the exact positioning of the 
intensified zones on the "A" sweep This results in 
easy-to-make, precise and repeatable timing 
measurements 




By rotating the TRACE SEPARATION control out 
of the OFF position, the A time mode is activated 
Two intensified zones can be independently posi- 
tioned As in the conventional delay mode, the 
DELAY TIME knob adjusts the time to the first 
intensified zone; the A TIME knob adjusts the 
time between the two intensified zones Now, the 
CRT digital readout shows the A time between 
the two delays 
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7B10 




Delayed Time Base 



Either plug-in can be used separately as an 
independent single time base, or they can be 
combined in any mainframe with two horizontal 
compartments for delaying and delayed 
operation 

CHARACTERISTICS 

Sweep Rates — 0.2 s/div to 2 ns/div in 25 steps. XI 0 MAGNI- 
FIER extends fastest calibrated sweep rate to 0.2 ns/div. The 
uncalibrated VARIABLE is continuous to at least 2.5 times the 
calibrated sweep 

Sweep Accuracy — Measured over the center 8 div, +15°C 
to + 35°C, in the 7104. 7800 or 7900 Series Mainframe. De- 
rate accuracies by an additional 1% for 0°C to + 50°C. 



Time/DIv' 


Unmagnified 


Magnified 


0.2 s/div to 10 ns/div 


2% 


3% 


5 ns/div and 2 ns/div 


3% 


4% 



’Fastest calibrated sweep rate is limited by 7900, 
7800, 7700, 7600 and 7300 Series Mainframes. 

Trigger Holdoff Time — 



7B15 




A Delaying Time Base 



Trace Separation Range — Functional only in A Delay Time 
mode when alternating or chopping between time-base units. 
The second delayed sweep display can be vertically positioned 
at least 3 div below the first delayed sweep display. 

Delay Time Range — 0.2 or less to at least 9.0 times TIME- 
/DIV setting 

Jitter — 0.02% of TIME/DIV setting up through 50 /is/div. 
0.03% of TIME/DIV setting plus 0.1 ns for sweep speeds of 20 
MS/div through 100 ns/div. 

TRIGGERING 

Triggering Sensitivity 



Coupling 


Triggering Fre- 
quency Range 2 


Minimum Triggering 
Signal Required 


Internal 


External 


Ac 


30 Hz to 250 MHz 
250 MHz to 1 GHz 


0.5 div 
1.5 div 


50 mV 
150 mV 


Ac Lf REJ J 


50 kHz to 250 MHz 
250 MHz to 1 GHz 


0.5 div 
1.5 div 


50 mV 
150 mV 


Ac Hf REJ 


30 Hz to 40 kHz 


0.5 div 


50 mV 


Dc 1 


Dc to 250 MHz 
250 MHz to 1 GHz 


0.5 div 
1.5 div 


50 mV 
150 mV 





Minimum 


Maximum 
with VARIABLE 


0.2 s/div 
to 50 ms/div 


40 ms 


400 ms 


20 ms/div 
to 2 MS/dlv 


X2 the 

TIME/Div Setting 


X20 the 

TIME/Div Setting 


1 /zs/div 
to 0.5 Ms/div 


2 m3 


20 ms 


0.2 Ms/div 
to 2 ns/div 


2 ms 


6 ms 



’The triggering frequency ranges given here are limited to the 
-3 dB frequency of the oscilloscope vertical system when 
operating in the internal mode 

2 WHI not trigger on smewaves at or below 60 Hz when ampli- 
tudes are <8 divisions internal or 3 volts External. 

3 The Triggering Frequency Range for DC COUPLING applies 
to frequencies above 30 Hz when operating in the AUTO 
TRIGGERING MODE 



A Time Range — 0 to at least 9 times TIME/DIV 
setting. 

A Time Accuracy — Within (0.5% measurement plus 
3 least significant digits) 20 ms/div to 100 ns/div. 



Single Sweep — Requirements are the same as for repetitive 
inputs. 

Internal Trigger Jitter — 30 ps or less at 1 GHz 



Hf Sync Mode — 250 MHz to 1 GHz. .3 div internal and .75 
mV external. 



External Trigger Input — Max input voltage is 250 V (dc + 
peak ac) for 1 MU input. 1 W average for 50 fl input. Input R 
and C for 1 MO input is 1 MO within 5%. 20 pF within 10%; for 
50 0 input, 50 0 within 2%. Level range is at least ± 3.5 V in 
EXT - 1. 



ORDERING INFORMATION 



7B10 Time Base $1980 

7B1 5 Delaying Time Base $2245 



TPk' 7000 

I OX SERIES 



DELAYED TIME BASE 
A DELAYING TIME BASE 



7B80 and 7B85 

7B85 Features: 



A Time Measurements 
with CRT Readout 

Delayed Time Measurements 
with CRT Readout 

Vertical Trace Separation 
Between Two Delayed Sweeps 



Both Feature: 



1 ns/div to 5 s/div Calibrated 
Time Bases 

Triggering to 400 MHz 

Variable Trigger Holdoff 

Peak-to-Peak Auto Triggering 



The 7B80 and 7B85 are horizontal time bases 
recommended for use with 7700, 7800 and 7900 
Series Mainframes to provide optimum 
bandwidth/sweep-speed compatibility (Each 
may be used in any slower 7000 Series Mainframe 
with some reduction in sweep accuracy at the 
fastest sweep speed.) 

Either plug-in can be used separately as an 
independent single time base, or they can be 
combined in any mainframe with two horizontal 
compartments for delaying and delayed 
operation 

X Y displays are available using a 7B80 with 
Option 02 A front-panel button (DISPLAY MODE) 
selects either normal sweep or X-Y display. Both 
signals are applied to vertical (Y) amplifiers, and 
the desired horizontal (X) signal is then routed 
through plug-in and mainframe trigger paths to 
the 7B80, An X-Y mode selection then applies the 
signal to the horizontal deflection system 

CHARACTERISTICS 

Characteristics are common to both units unless otherwise 
noted 

Sweep Rates — 5 s/div to 10 ns/div in 27 steps (1-2-5 se- 
quence). X10 MAGNIFIER extends fastest calibrated sweep 
rate to 1 ns div. The uncalibrated VARIABLE is continuous to 
at least 2.5 times the calibrated sweep rate. 




7B80 




Delayed Time Base 

Sweep Accuracy — Measured over the center 8 div. +15°C 
to + 35 # C. in the 7700. 7800. or 7900 Series Mainframe De- 
rate accuracies by an additional 1% for 0°C to +50‘C. 



Time/Div’ 


Unmagnified 


Magnified 


5 s/div to 1 s/div 


4% 


Unspecified 


0.5 s/div to 50 ns/div 


1.5% 


2.5% 


20 ns/div to 10 ns/div 


2.5% 


4.0% 



'Fastest calibrated sweep rate is limited by 7700 and 
7600. 



Trigger Holdoff Time — 



Minimum 

Holdoff 

^Setting 


5 s/div to 
1 /xs/div 

0.5 Ats/div to 
10 ns/div 


2 times 
TIME/DIV 
setting or less 

2.0 fis or less 


Variable 

Holdoff 

Rango 


Extends holdoff time through at least 
2 sweep lengths for rates of 20 ms/ 
div or faster 



A Time Range — 0 to at least 9 times TIME/DIV setting. 

A Time Accuracy — (+15°C to + 35*C) 

Within (0.5% measurement +0.3% of TIME/DIV setting +1 
least significant digit) from 20 ms/div to 100 ns/div. 

Trace Separation Range — Functional only in A Delay Time 
mode when alternating or chopping between time-base units. 
The second delayed sweep display can be vertically positioned 
at least 3 div below the first delayed sweep display 
Delay Time Range — 0.2 or less to at least 9 0 times TIME- 
/DIV setting 

Jitter — 0.02% of TIME/DIV setting + 0.1 ns. or less 



500mV OGOCCP3 ?nS SCnS 



& 0l°4 V S 



figure 1 Delaying and delayed sweeps are shown with the 
mainframe selecting ALT sweep modes The delay time to the 
start of the delayed sweep is digitally presented on the lower 
edge of the CRT 



figure 2 With the mainframe still selecting ALT sweeps, delay- 
ing and both delayed sweeps are shown. The digital readout on 
the lower CRT edge shows the time between the two sweep 
delays. The TRACE SEPARATION knob is used to position the 
second delayed sweep below the first delayed sweep with up 
to 3 div of separation. 



7B85 




A Delaying Time Base 

TRIGGERING 



Triggering Sensitivity (Auto and Norm Modes) — 

(from repetitive signals) 





Triggering 


Min Signal Required 


Coupling 


Frequency Range’ 


Int 


Ext 


Ac 


30 Hz to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 


Ac Lf 
REJ 2 


30 kHz to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 


Ac Hf 
REJ 


30 Hz to 50 kHz 


0.3 div 


50 mV 


Dc 1 


Dc to 50 MHz 
50 MHz to 400 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 



’Triggering frequency ranges are limited to the fre- 
quency of the vertical system when operatng in the 
Internal mode. 

2 Will not trigger on sine waves of less than 8 div 
Int, or 3 V Ext. at or below 60 Hz. 
triggering Frequency Range for dc coupling applies 
to frequencies above 30 Hz when operating in the 
Auto triggering mode. 

Single Sweep — Requirements are same as for repe- 
titive inputs. 

Internal Trigger Jitter — 0.1 ns or less at 400 MHz. 
Sensitivity (P-P AUTO Mode) — (ac or dc coupling) 



Triggering 


Min Signal Required 


Frequency Range 


Int 


Ext 


200 Hz to 50 MHz 


0.5 div 


125 mV 


50 MHz to 400 MHz 


1.5 div 


375 mV 


Low Frequency Response: 
At least 50 Hz 


2.0 div 


500 mV 



External Trigger Input — Max input voltage is 250 V (dc + 
peak ac). Input R and C is 1 Mi) within 5% and 20 pF within 
10%. The level range (excluding P-P AUTO) is at least ± 1.5 V 
in EXT + 1 , and at least ± 15 V in EXT + 10. 

7B80 Option 02 — 

X-Y Phase Shift — (Determined by the circuitry in mainframe) 
— For mainframe without X-Y horizontal compensation, the 
mainframe phase shift specifications are retained for frequen- 
cies of 50 kHz and below. For mainframes with optional X-Y 
honzontal compensation, the extra delay adds to the phase 
shift error above 50 kHz. 



ORDERING INFORMATION 



7B80 Time Base $1255 

7B85 Delaying Time Base $1510 

7B80 OPTION 

Option 02, X-Y Add $100 
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TPk' dual 

I LiW TIME BASE 



7B92A 



MAIM TAMOS Ml MU f| 




Dual Time Base 



7B92A 



0.5 ns/div to 0.2 s/div Calibrated Time Base 

Triggering to 500 MHz 

Alternate Display of Intensified 
Delaying and Delayed Sweeps 

Contrast Regulation between 
Delaying and Delayed Sweeps 



The 7B92A Dual Time Base is recommended for 
use only in the 7800 and 7900 Series Mainframes 
(the 7B92A may be used in all other mainframes 
at slower sweep speeds) 

There are four display modes normal sweep, 
intensified delaying sweep, delayed sweep, and 
alternate sweep (excepting alternate in R7704). 
When operating in the AUTO mode of main 
triggering, a bright base line is displayed in the 
absence of a trigger signal 









DELAYING SWEEP (MAIN SWEEP) 

Sweep Rate — 0.2 s/div to 10 ns/div in 23 calibrated steps (1- 
2-5 sequence). An uncalibrated variable rate is continuous be- 
tween steps, and extends sweep rate to at least 0.5 s/div. The 
VARIABLE control is internally switchable between delaying 
and delayed sweeps. 

Sweep Accuracy — Measured over the center 8 div in a 7900 
Family Oscilloscope 



Time/Div 


+ 15°C to + 35°C 


0°C to +50°C 


0.2 s/div to 
20 ns/div 


Within 2% 


Within 3% 


10 ns/div 


Within 3% 


Within 4% 



Delay Time Multiplier Range — 0 to 9.8 times the DLY TIME- 
/DIV setting from 0.2 s/div to 10 ns/div (0 to 1 96 s). 
Differential Delay Time Measurement Accuracy — 

( + 15°C to + 35*C). 

Sweep Speed 



0.2 s/div to 
0.1 MS/div 


Both delay time 
mult dial 
settings at 0.5 
or greater 


±(0.75% of meas- 
urement + 0.25% 
of full scale) 




One or both delay 
time mult dial 
settings at less 
than 0.5 


±(0.75% of meas- 
urement + 0.5% of 
full scale +5 ns) 


50 ns/div to 
10 ns/div 


Both delay times 
equal to or 
greater than 25 ns 


±(1% of measure- 
ment + 0.5% of 
full scale) 




One or both 
delay times less 
than 25 ns 


±(1% of measure- 
ment + 1% of full 
scale +5 ns) 



Full scale is 10 times the TIME/DIV or DLY TIME setting Accu- 
racy applies over the center 8 Delay Time Multiplier div from 
+ 15°C to -f 35°C. 

Delay Time Jitter — Not applicable for the first 2% of max 
available delay time (DELAY TIME MULT dial setting >0.2). 



0.2 s/div to 
50 >us/div 


1 part in 50.000 of the max 
available delay time 


20 /xs/div to 
10 ns/div 


1 part in 50,000 of the max 
available delay time +0.5 ns 


f 



Max available delay time is 10 times the TIME/DIV or DLY 
TIME switch setting. 



MAIN TRIGGERING 

Auto, Norm 



Coupling 


Triggering 
Frequency Range 


Min Signal 
Required 


Int 


Ext 




30 Hz-20 MHz 


0.5 div 


100 mV 


Ac 


20 MHz-500 MHz 


1.0 div 


500 mV 




30 kHz-20 MHz 


0.5 div 


100 mV 


Ac Lf REJ* 


20 MHz-500 MHz 


1.0 div 


500 mV 


Ac Hf REJ 


30 Hz-50 kHz 


0.5 div 


100 mV 




Dc-20 MHz 


0.5 div 


100 mV 


Dc 


20 MHz-500 MHz 


1.0 div 


500 mV 



EXT -r 10 switch attenuates external signal 10 times. 

Hf Sync — Triggering sensitivity is 0.5 div INT or 100 mV EXT. 
from 100 MHz to 500 MHz for any coupling except Ac Hf Rej 
Single Sweep — Triggering requirements are the same as nor- 
mal sweep When triggered, time base produces one sweep 
only until reset. 

Internal Trigger Jitter — 50 ps or less at 500 MHz. 

External Trigger Input — Selectable 50 W or 1 mW inputs ( 1 
MW is paralleled by %20 pF). Max safe input is 250 V (dc + 
peak ac) for 1 MW input and 1 W average for 50 W input Range 
of trigger level is at least ± 3.5 V in EXT. and at least ± 35 V in 
EXT -r 10. 



DELAYED SWEEP 

Sweep Rate — 0.2 s/div to 0.5 ns/div in 27 steps (1-2-5 se- 
quence). An uncalibrated variable rate is continuous between 
steps, and extends sweep rate to at least 0.5 s/div. The VARI- 
ABLE control is internally switchable between delaying and de- 
layed sweeps 

Sweep Accuracy — Measured over the center 8 div in a 7900 
Family Oscilloscope: 



Time/Div 


+ 15°C to +35°C 


0°C to +50°C 


0.2 s/div to 
20 ns/div 


Within 2% 


Within 3% 


10 ns/div to 
5 ns/div 


Within 3% 


Within 4% 


2 ns/div to 
1 ns/div 


Within 4% 


Within 5% 


0.5 ns/div 


Within 5% 


Within 6% 



Delayed Triggering 



Coupling 


Triggering 
Frequency Range 


Min Signal 
Required 


Int 


Ext 




30 Hz to 20 MHz 


0.5 div 


100 mV 


Ac 


20 MHz to 500 MHz 


1.0 div 


500 mV 




DC to 20 MHz 


0.5 div 


100 mV 


Dc 


20 MHz to 500 MHz 


1.0 div 


500 mV 



Internal Trigger Jitter — 50 ps or less at 500 MHz 
External Trigger Input — Selectable 50 W or 1 MW inputs (1 
MW is paralleled by =s20 pF) Max safe input is 250 V (dc + 
peak ac) for 1 MW input, and 1 W average for 50 W input Range 
of trigger level is at least ± 3.5 in EXT. 

Order 7B92A Dual Time Base $2985 
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TEK 



7000 

SERIES 



7B53A 




Dual Time Base 



7B53A 



5 ns/div to 5 s/div Calibrated Time Base 

Calibrated Mixed Sweep 

Triggering to 100 MHz 

Single-Sweep Operation 

Optional TV Sync-Separator Triggering 



The easy-to-use 7B53A Dual Time Base is recom- 
mended for use with 7600 Mainframes to provide 
optimum bandwidth/sweep-speed compatibility. 
It may, however, be used in any 7000 Series 
Mainframe The fastest rate (5 ns/div) is obtained 
with the X10 MAGNIRER 

The 7B53A Time Base features four kinds of 
sweep normal, intensified delaying, delayed, and 
mixed The pushbutton switches cannot be lit. 



DELAYING SWEEP 

Sweep Rate — 0.05 ns/div to 5 s/div in 25 steps (1-2-5 se- 
quence). 5 ns/div. the fastest calibrated sweep rate, is obtained 
with the XI 0 MAGNIFIER. The uncalibrated VARIABLE is 
continuous between steps The variable control is internally 
switchable between main, deiayed-sweep. and variable mam- 
sweep hotdoff 

Sweep Accuracy — Measured over the center 8 div. 



Timo/Div 


Unmagnified 


Magnified 




+ 15°C 
to 

*f 35°C 


0°C 

to 

+ 50°C 


+ 15°C 
to 

+ 35°C 


0°C 

to 

+ 50°C 


5 s/div to 
1 s/div 


3% 


4% 


• 


« 


0.5 s/div to 
0.05 ns/div 


3% 


4% 


3.5% 


5% 


50 ms/div to 
0.5 ns/div 


2% 


3% 


2.5% 


4% 



•Unspecified 



Delay Time Multiplier Range — 0 to 10 times the DELAY 
TIME/DIV setting from 5 s/div to 1 ns/div. 

Differential Delay Time Measurement Accuracy — 5 s/div to 
1 s/div ±1.4% of measurement +0.3% of full scale; 0.5 s/div 
to 1 MS/div: ±0.7% of measurement +0.3% of full scale Full 
scale is 10 times the DELAY TIME/DIV setting Accuracy ap- 
plies over the center 8 DTM divisions from + 15*C to + 35*C. 
Jitter — 0 05% or less of TIME/DIV setting 
Triggering — 





Triggering 


Min Signal Required 


Coupling 


Frequency Range 


Int 


Ext 


Ac 


30 Hz-10 MHz 
10 MHz-100 MHz 


0.3 div 
1.5 div 


100 mV 
500 mV 


Ac Lf REJ* 


30 kHz-10 MHz 
150 kHz-10 MHz 
10 MHz-100 MHz 


0.3 div 
1.5 div 


100 mV 
500 mV 


Ac Hf REJ 


30 Hz-50 kHz 


0.3 div 


100 mV 


Dc 


Dc-10 MHz 
10 MHz-100 MHz 


0.3 div 
1.5 div 


100 mV 
500 mV 



•Will not trigger on sinewaves of 3 div or less INT or 1 .5 V EXT 
below 1 20 Hz. 



Single Sweep — Triggering requirements are the same as nor- 
mal sweep When triggered, sweep generator produces one 
sweep only until reset 

Internal Trigger Jitter — 1 ns or less at 75 MHz. 

External Trigger Input — Max input voltage is 500 V (dc + 
peak ac), 500 V p-p ac at 1 kHz or less. Input R and C is 1 Mil 
within 2%. 20 pF within 2 pF. LEVEL range is at least + 1 .5 V 
to -1.5 V in EXT. at least +15 V to -15 V in EXT + 10. 

DELAYED SWEEP 

Sweep Rate — 0 05 ns/div to 0.5 s/div in 22 steps (1-2-5 se- 
quence). 5 ns/div. the fastest calibrated sweep rate, is obtained 
with the XI 0 MAGNIFIER The uncalibrated VARIABLE is con- 
tinuous between steps to at least 1 25 s/div and is switchable 
between the main, delayed sweep, and variable main sweep 
holdoff 



Sweep Accuracy — Measured over the center 8 div. 



Tlme/DIv 


Unmagnified 


Magnified 




+ 15°C 
to 

+ 35°C 


0°C 

to 

50°C 


*f 15°C 
to 

+ 35°C 


0°C 

to 

50°C 


0.5 s/div to 0.1 
s/div and 0.2 
ns/div to 0.05 
ns/div 


4% 


5% 


4.5% 


6% 


50 ms/div to 0.5 
ns/div 


3% 


4% 


3.5% 


5% 



Delayed Sweep Gate — Output voltage is =* +3.5 V into at 
least 10 kll shunted by 100 pF or less, or 0.5 V into 50 fl. Rise 
time is 50 ns or less, output R is 350 12 within 10%. Gate is 
available at the DLY'D TRIG IN connector when the delayed 
sweep source switch is set to INT 



Triggering — 



Coupling 


Triggering 
Frequency Range 


Min Signal Required 




Int 


Ext 


Ac 


30 Hz-10 MHz 
10 MHz-100 MHz 


0.3 div 
1.5 div 


100 mV 
500 mV 


Dc 


Dc-10 MHz 
10 MHz-100 MHz 


0.3 div 
1.5 div 


100 mV 
500 mV 



Internal Trigger Jitter — 1 ns or less at 75 MHz. 

External Trigger Input — Max input voltage is 500 V (dc + 
peak ac). 500 V p-p ac at 1 kHz or less Input R and C is 1 Mil 
within 2%. 20 pF within 2 pF. LEVEL range is at least + 1 .5 V 
to -1.5 V in EXT 

MIXED SWEEP 

Sweep Accuracy — Within 2% plus measured mam sweep 
error Exclude the following portions of mixed sweep first 0.5 
div after start of main sweep display and 0.2 div or 0.1 ns 
(whichever is greater) after transition of main to delayed sweep. 

EXT HORIZONTAL INPUT 

Deflection Factor — 10 mV/div within 10% when in EXT. MAG 
XI 0; 100 mV/div within 10% when in EXT; 1 V/div within 10% 
when m EXT + 10. 

Bandwidth 



Coupling 


Lower -3 dB 


Upper —3 dB 


Ac 


40 Hz 


2 MHz 


Ac Lf REJ 


16 kHz 


2 MHz 


Ac Hf REJ 


40 Hz 


100 kHz 


Dc 


Dc 


2 MHz 



TV SYNC 

Option 05, TV Sync Separator Triggering — Permits stable 
internal line or field rate triggering from displayed composite 
video or composite sync waveforms Conventional waveform 
displays and measurements can be made from standard broad- 
cast or closed circuit tv systems, domestic or international, 
with up to 1201 -line. 60 Hz field rates. Individual lines may be 
displayed with delayed sweep features The wide range of de- 
layed sweeps permits accurate alternate-frame, color-burst ob- 
servations in the PAL color system. Option 05 deletes ac line 
trigger and External - 10 from trigger source. 



ORDERING INFORMATION 



7B53A Dual Time Base $1380 

7B53A OPTION 

Option 05, TV Triggering Add $150 



TPU' SINGLE 
I Ll\ TIME BASE 



7000 

SERIES 



7B50A 




Time Base 



7B50A 



5 ns/div to 5 s/div Calibrated Time Base 



Triggering to 150 MHz 
Variable Trigger Holdoff 
Peak-to-Peak Auto Triggering 
Single-Sweep Operation 



The easy-to-use 7B50A Time Base is recommend- 
ed for use with 7600 Series Mainframes to pro- 
vide optimum bandwidth/sweep-speed compati- 
bility. It may, however, be used in any 7000 Series 
Mainframe. The fastest rate (5 ns/div) is obtained 
with the X10 MAGNIFIER 

This time base features expanded capability in 
maximum triggering frequency — now 150 MHz 
— and variable trigger holdoff — for stability on 
lengthy asynchronous data trains. 

Pushbutton positions select triggering mode, cou- 
pling method, and source For routine applica- 
tions, hands-off triggering is accomplished by 
actuating three switches: INT SOURCE, AC COU- 
PLING, and P-P AUTO MODE The P-P AUTO 
MODE provides a base line trace in the absence 
of a signal and a triggered trace at any position of 
the LEVEL/SLOPE control when a signal of 0.5 div 
or greater is present Except for the selection of 
+ or — SLOPE this mode is automatic The other 
triggering positions are useful for specific 
applications 



Ac Lf REJ attenuates undesirable trigger compo- 
nents below 30 kHz. Ac Hf REJ attenuates com- 
ponents above 50 kHz, which can cause trigger- 
ing problems during low-frequency applications. 
Single-sweep functions with lighted READY indi- 
cator and manual reset are associated with the 
trigger mode controls. 

X-Y displays are available with Option 02 in- 
stalled A front-panel button (DISPLAY MODE) 
selects either normal sweep or X-Y display. Both 
signals are applied to vertical (Y) amplifiers and 
the desired horizontal (X) signal is then routed 
through plug-in and mainframe trigger paths to 
the 7B50A An X-Y mode selection then applies 
the signal to the horizontal deflection system 

CHARACTERISTICS 

Sweep Rates — 0.05 jiS/div to 5 s/div in 25 steps (1-2-5 se- 
quence). 5 ns/div. the fastest calibrated sweep rate, is obtained 
with the XI 0 MAGNIFIER. The uncalibrated VARIABLE allows 
continuous sweep rate selection between steps 
Sweep Accuracy — Measured over center 8 div. + 15*C to 
+ 35*C. with any 7000 Senes Mainframe Derate accuracies 
by an additional 1% each for 0°C to + 50*C. 



Time/Div 


Unmagnified 


Magnified 


5 s/div to 1 s/div 


4% 


* 


0.5 s/div to 0.5 yus/div 


2% 


3% 


0.2 MS/div to 0.05 Ms/div 


3% 


4% 



•Unspecified 

Trigger Holdoff Time — 



MIN Holdoff 


5 s/div to 
1 yus/div 


2 times TIME/DIV 
setting or less 


Setting 


0.5 yus/div to 
50 ns/div 


2.0 as or less 


Variable 
Holdoff Range 


Extends holdoff time through at least 
2 sweep lengths for sweep rates 
of 20 ms/div or faster 



Sensitivity (P-P AUTO MODE) (Ac or Dc Coupling) 



Triggering Frequency 


Min Signal Required 


Range 


Int 


Ext 


200 Hz to 50 MHz 


0.5 div 


125 mV 


50 MHz to 150 MHz 


1.5 div 


375 mV 



Option 02 

X-Y Phase Shift — (Determined by the circuitry in mainframe) 
— For mainframes without X-Y horizontal compensation, the 
mainframe phase shift specification is retained for frequencies 
of 50 kHz and below For mainframes with optional X-Y hori- 
zontal compensation, the extra delay adds to the phase shift 
error above 50 kHz. 



ORDERING INFORMATION 



7B50A Time Base $840 

7B50A OPTION 

Option 02, X-Y Add $100 



Triggering — 



Sensitivity (AUTO and NORM modes) 





Triggering 


Min Signal Required 


Coupling 


Frequency Range 1 


Int 


Ext 


Ac 


30 Hz to 50 MHz 
50 MHz to 150 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 


Ac Lf 
REJ 2 


30 kHz to 50 MHz 
50 MHz to 150 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 


Ac Hf 
REJ 


30 Hz to 50 kHz 


0.3 div 


50 mV 


Dc 1 


Dc to 50 MHz 
50 MHz to 150 MHz 


0.3 div 
1.5 div 


50 mV 
250 mV 



' Triggering frequency ranges are limited to the frequency of the 
vertical system when operating in the internal mode. 



2 Will not trigger on sinewaves of less than 8 div INT, or 3 V 
EXT. at or below 60 Hz. 

3 Tnggenng Frequency Flange for dc coupling applies to fre- 
quencies above 30 Hz when operating in the Auto Triggering 
mode. 
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DIGITAL 

DELAY 




7D1 1 

Delay by Time or Events 

Digital Delay Readout to 7 1/2 Digits 

100 ns to 1 s Delay Time 



An accurate and jitter-free delay-by-time is very 
useful when working with digital logic, pcm telem- 
etry, sonar, radar, shock tube testing, and delay 
line measurements, to name a few On receipt of 
a trigger, the 7D11 in the delay-by-time mode 
counts a highly accurate clock; at the selected 
delay time, it delivers a delayed trigger to its 
front-panel conector and mainframe In both 
modes, delay time or number of events to be 
counted is selected by a single front-panel 
control. 

When the 7D11 is installed in a vertical compart- 
ment, the CRT can display a waveform that lasts 
for the duration of the delay interval. This 
waveform may be displayed together with the 
signal waveform the 7D11 triggers on. From a 
vertical compartment, the 7D1 1 can trigger a time 
base such as 7B80. 7B53A, or another 7D11 
through the internal mainframe trigger path 

In any horizontal compartment, the 7D11 gener- 
ates a display similar to the "A intensified by B" 
mode of conventional delayed sweep (see fig 2). 
When used in the A horizontal compartment, the 
7D1 1 B sweep delay mode controls will permit the 
B sweep to run after the delay generated by the 
7D11. This delay interval is also available at the 
front panel for such uses as gated interval 
counter measurements and generating pulses of 
highly accurate width. 



1 ns Resolution 



2.2 ns Delay Time Jitter 
0.5 ppm (±2 ns) Accuracy 
Delay Interval CRT Display 



The 7D11 Digital Delay Plug-in gives stable de- 
layed triggers for measurements requiring low 
jitter The 7D11 also provides precision time 
delays The 7D11 may be used in any compart- 
ment of a 7000 Series Mainframe equipped with 
CRT readout It provides a variety of outputs. 

The delay-by events mode is used to eliminate 
jitter in mechanically based systems such as disc 
file memories It is also useful for selecting a 
certain time frame in data for analysis and for 
making other measurements under complex tim- 
ing conditions 

In the delay-by events, the 7D11 counts arbitrary 
trigger events, periodic or aperiodic, and delivers 
an output after the preselected count has been 
reached (see fig 2). 



figure 1 Defay-by-time A 02 ms time marker delayed 4 9998 
ms by the 7D11 and displayed at 5 ns/div. 



In delay-by-events, an external pulse (events start 
trigger) may be used to enable counting of the 
events. In such applications as a line selector on 
a video monitor, the vertical sync pulse is the 
events start trigger Then the 7D11 counts *n" 
number of horizontal sync pulses (events) into the 
field or frame. In a similar manner, the origin pulse 
of a disc memory can be used as the events start 
trigger, and the disc clock pulses become the 
events that are counted 

For timing measurements that require a higher 
degree of accuracy than the 0.5 ppm source 
available in the 7D1 1, the delay-by-time clock may 
be referenced to an external 1 MHz timing stan- 
dard through the EXT 1 MHz input. 

Time delay resolution up to 1 ns may be obtained 
by using the front-panel fine delay control. 

By setting an internal switch, the indicated delay 
time is half the actual delay time In such applica- 
tions as TDR, radar timing, etc, the CRT readout 
would display the "one-way-trip" time 




figure 2 Delay-by events The lower trace is the master dock in 
our logic circuit. The top trace is our data which is delayed by 
265 dock pulses 




EVENTS DELAY 

Events Delay Range — One to 10 T events 
Delay Increment — One event 
Insertion Delay — 35 ns ±5 ns. 

Recycle Time — <500 ns. 

Max Event Frequency — At least 50 MHz 
TRIGGERING 





External Trigger 


Source 


Int, Line, Ext, Ext -M0 


Coupling 


Dc, Ac, Ac Lf ReJ. Ac Hf ReJ 


Max 

Input 

Voltage 


250 V Dc + peak Ac 


Level 

Range 


±1.75 V In Ext 
±17.5 V in Ext -M0 


Input 
R and C 


1 MQ ±5%. 20 pF ±2 pF 




Coup- 

ling 


Frequency 

Range 


Min Signal 
Required 




Int 


Ext 




Ac 


30 kHz-10 MHz 
10 MHz-50 MHz 


0.3 div 
1.0 div 


150 mV 
750 mV 


Sensi- 

tivity 


Ac Lf 
ReJ* 


30 kHz-10 MHz 
150 kHz-10 MHz 
10 MHz-50 MHz 


0.3 div 
1.0 div 


150 mV 
750 mV 




Ac Hf 
ReJ 


30 Hz-50 kHz 


0.3 div 


150 mV 




Dc 


Dc-10 MHz 
10 MHz-50 MHz 


0.3 div 
1.0 div 


150 mV 
750 mV 



‘Will not trigger on sine waves of 3 div or less INT 
or 1.5 V EXT below 120 Hz. 





Events Start Trigger 


Source 


External Only 


Coupling 


Dc Only 


Max Input 
Voltage 


150 V dc + peak ac 


Level Range 


±3 V 


Input 
R and C 


1 M<2 within 5%, 20 pF ± 2 pF 


Sensitivity 


100 mV minimum, 30 Hz to 2 MHz; 
increasing to 250 mV, 2 MHz to 20 
MHz; increasing to 500 mV, 20 MHz 
to 50 MHz. 



TIME DELAY 

Digital Delay Range — Normal mode: 100 ns to 1 s in 100 ns 
increments Echo mode 200 ns to 2 s in 200 ns increments 

Analog Delay — Continuously variable from 0 to at least 100 
ns. accuracy within 2 ns of indicated delay 

Jitter with Internal Clock — 2.2 ns or delay time x 10- 7 . which- 
ever is greater 

10 

1 a* 

IT 
Ul 

£ 100 ns 

10 ns 
2 2 ns 



10 Art 100 Art 1ms 10 ms 100 ms Is 10 s 100 s 
DELAY TIME 

Insertion Delay — Zero withm 2 ns. 

Recycle Time — Less than 575 ns. 

Time Base — 500 MHz oscillator phase-locked to internal or 
external dock. 

Internal Clock — 5 MHz crystal oscillator Accuracy is 0.5 
ppm 

External Clock — 1 MHz withm 1%. ac coupled. 50 fl. 

OUTPUTS 

Delayed Trigger Out — Amplitude: 2 V or greater into open 
drcuit. 1 V or greater into 50 Q. Rise time into 50 Q load: 2 ns or 
less Fall time into 50 it load: 5 ns or less. Pulse width 200 to 
250 ns. 

Delay Interval Out — Amplitude: 2 V or greater into open 
drcuit, 1 V or greater into 50 il. Rise time into fall time: 5 ns or 
less Accuracy: equal to delay interval less 20 to 30 ns. 

READOUT 

Display — 7 1/2 digit with leading zero suppression, ms legend 
in time delay mode Plus ( + ) symbol reminds the operator to 
add on the FINE DELAY (ns) setting. 

Order 7D1 1 Digital Delay Unit $2735 
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TCU' UNIVERSAL 
I ULW COUNTER/TIMER 



7D15 




225 MHz Counter/Timer 



7D15 



Oscilloscope-controlled Time and 
Frequency Measurements 

10 ns ’’Single-shot” Time Interval 
Measurement Resolution 

Time Interval Averaging 

CRT Display of Counting Interval 

10 ps Period-Averaging Resolution 

Frequency Measurements Directly 
to 225 MHz 

Signal Conditioning via Mainframe 
Trigger Source 



The 7D15 is a universal counter/timer designed 
for use in all 7000 Series Oscilloscope 
Mainframes with CRT readout 

The 7D15 offers all the measurement capabilities 
of the counter/timer, such as time interval, period, 
freqency, frequency ratio, totalize, and manual 
stop watch 



Modes of Operation 



Frequency 

Mode 


Range 


Dc to 225 MHz 

Resolution 0.1 Hz maximum 


Accuracy 


e »r«q(H*| - TB * f, n i — 


Period and 

Multi-Period 

Mode 


Range 


10 ns to 10 s seconds with averaging times 
of XI to X1000 in decade steps. 
Resolution: 10 picoseconds maximum 


Accuracy 


* to o 10' ’* ^inpk P ck 

W.odi.1 "if V 1 M 

dr 


Time Interval 
Tl and (Tl 
Average) 
Mode 


Range 


6 ns to 10 s seconds with averaging times 
of XI to X1000. 

0.1 ns resolution (usable) 


Accuracy 
Worst Case 
(Nominal) 


^Ck - 2E n pk 

*TM.I * * ™ • P (n 1— ±10-1-^- 

* dr 


Frequency Ratio, 
CH B/Ext Clock 


Range 


10 7 to 10* 


Manual Stop Watch 


Range 


0 to 10 s seconds 


Totalize, Ch B 


Range 


0 to 10* counts 



NOTE: Formulas given where £ is the error; TB (expressed as a decimal) is the 
time base accuracy; P, n is the period or time interval of unknown signal; M is the 
number of averages given; Pck is the measurement clock period; 7 is the gate time; 
fin is the frequency of the unknown signal; £np» equals peak noise pulse amplitude 
as presented to Schmitt trigger circuit; dv/dt equals signal slope at input to Schmitt 
trigger (volts per second). These formulas were used to develop the associated charts. 



FREQUENCY MODE 




INPUT FREQUENCY 



Three displays, the pseudo gate, Ch B Schmitt 
trigger output, and true gate, are selected by a 
7D15 front panel switch and are also available at 
a front panel connector. 

The 7D15 can also be completely controlled by 
the oscilloscope' s delayed gate Arming inputs 
are provided for each channel. By using the 
delayed B gate to control the start and stop count 
points, visually selective measurements can be 
made at any point on the CRT display. 

Two identical high-speed trigger circuits provide 
complete signal processing Identical trigger cir- 
cuits also allow single-shot time interval measure- 
ments to be made with 10 ns resolution. With 
repetitive signals, time interval averaging will in- 
crease the accuracy of a measurement by a 
factor of ten or more. 



The 7D15 has high resolution because of a 10 ns 
clock, one of five clock positions obtainable from 
the front panel. A front panel Clock Out connec- 
tor makes the selected clock signal available at a 
front-panel connector. This provides a time mark 
function that is TTL compatible and will drive a 50 
Q load 

The Ext Clock in connector allows an external 1 
MHz timing standard to be used for measure- 
ments requiring a higher degree of accuracy than 
that provided by the internal time base 

The 7D15 may be used in vertical or horizontal 
compartments of 7000 Series Mainframes. It pro- 
vides a full 8 digit CRT display with leading zero 
suppression and positioned decimal. Legend and 
averaging information appear at the bottom of 
the CRT display. 
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1 ms Clock 1 Average 



PERIOD MODE 



o ' 

o 

2 

Q 100 MS 

o 

E 

UJ 
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r Conditions: 
Internal oscillator 
0-50* operation 




10 ns C 


1 I 

llock 100 Averages 


i — — 




• 


Within 3 months since calibration 
Peak noise level does not exceed 
effective counter hysteresis 

Signal rite times as encountered 
in typical TTL logic environments 


10 ns C 


a 

Hock 1000 






1 1 MH+ 



10 ns 100 ns 1ms 10 ms 100 ms 1ms 10 ms 100 ms Is 10 s 
PERIOD MEASURED 



INTERNAL TIME BASE 

Crystal Oscillator — Accuracy within 0.5 ppm (0°C to 
+ 50*C ambient). Long-term drift: 1 part or less in 10 7 per 
month Oscillator is temperature compensated, no warm up is 
required 



OUTPUT SIGNALS 

Clock Out — Logical 1 > +0.5 V into 50 Q. Logical 0 <0 V 
into 50 Q. TTL compatible without 50 U load (1.6 mA current 
capacity). 

A and B Trigger Level — Zout "* 1 Ml. Vout - ± 0.5 V into 1 

MU. 

Displayed Waveform (Internally Connected) — Front-panel 
switch selects true gate, pseudo gate, or channel B signal out. 
Position controlled by front-panel screwdriver control. 

External Display — Same as internal except position control 
has no effect 

Display Mode Switch — 0.1 to 5 s; also a preset position for 
infinite display time Allows selection of readout 'follow or 
store.' 

Readout — Eight-digit display; the four most significant have 
zero suppression Overflow indicated by a greater than symbol 



INPUT SIGNAL CH A & B 

Frequency Range (Ch B only — Dc-coupled dc to 225 MHz. 
Ac-coupled: 5 Hz to 225 MHz 

Sensitivity (Ch A and B Inputs) — 100 mV p-p Trigger 
source: 0.5 division to 100 MHz. 1 .0 division to 225 MHz. or to 
the vertical system bandwidth, whichever is less. 

Input R and C — 1 MU and 22 pF. 

Triggering (Preset Position) — Automatically triggers at 0 V. 
Level Control Range (Ch A and B Inputs) — 100 mV range 
±500 mV. 1-V range: ±5 V. 10-V range: ±50V. 

Arming Inputs — Input R and C: 10 kU and 20 pF. Sensitivity 
arm A: logical 1 > +0.5 V. logical 0 < +0.2 V. Sensitivity arm 
B: logical 1 < +0.2 V. logical 0 > +0.5 V. 

External Clock-In — 20 Hz to 5 MHz. 

Reset Front Panel — Reset readies the instrument All 
counters are affected, including averaging circuits. 

Included Accessories — Two cables RF 44 in (012-0403-00. 
Sealectro to BNC connector) 

Order 7D15 Universal 

Counter/Timer $2840 
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figure 1 Oscilloscope-controlled digital measurements using 
the delayed B gate as the arming input logic allow user to make 
precise time interval measurement from third to seventh pulse 
on CRT display Counter Ch A is 'armed' with leading edge of 
B gate while Ch B Counter is 'armed' with falling edge of B 
gate Lower trace is pseudo gate of 7D15. CRT readout dis- 
plays the result of 2325.295 ms. 



figure 2. The propagation delay time between the input of a 
delay line (upper trace) and the output of the delay line (middle 
trace) is measured digitally Lower trace is 7D15 pseudo gate 
display. CRT readout displays the result of 151.0 ns. 



figure 3. Independent slope and level control allows the user to 
visually select precise points on the waveform where the 
counter starts and stops. CRT readout displays the result of 
1543.9 ns 









TCL/ A/D CONVERTER 
I tZr\ DIGITAL MULTIMETER 



7000 

SERIES 




7D12/M2 A/D Converter 
and Sample/Hold Module 



Automatic. Manual, or External Triggering 

Automatic Polarity and Overrange 
Indicators 

Oscilloscope-controlled Sampling DVM 

10 ns Aperature Uncertainty 

Input Signal and Sample Points 
Displayed on CRT 

3 1/2 Digit CRT Readout 

1 mV Resolution 

25 MHz Bandwidth 

0-to-2 V and 0-to-20 V Input Range, 200 V 
with P6055 Probe 



7D12/M2 





The 7D12 is designed for use with all 7000 Series 
Oscilloscope Mainframes with CRT readout 

The M2 Sample/Hold Module measures voltage 
amplitude from ground to a selected point or the 
difference voltage between any two selected 
points (independent control of each point). The 
sample pomt(s) may be triggered automatically, 
manually, or externally from sources such as the 
oscilloscope's Delayed B gate, the 7D15’s pseu- 
do gate, 7D11‘s delayed trigger out, etc 

On command, the 7D12/M2 samples the dis- 
played waveform and also generates a gate 
display Both the signal and 7D12/M2 gate are 
displayed together, providing a visual indication 
of where the sample(s) is taken In the S, mode 
(sample one), a single sample coincident with the 
rise of the 7D12/M2 displayed gate is taken, and 
the voltage amplitude, from the 0 V level, is 
digitally displayed on the CRT readout In the 
S?-S’ mode (sample two minus sample one), two 
samples are taken, one at the rise and one at the 
fall of the 7D12/M2 displayed gate, and the 
voltage difference between these two points is 
digitally displayed on the CRT readout 

CHARACTERISTICS 

Sample-gate Display Amplitude — 2 div. rise time and fall 
time 5 ns or less 

Analog- signal Display — Bandwidth is dc to 25 MHz (de- 
coupling). 3.4 Hz to 25 MHz (ac-couplmg) Vertical sensitivity is 
100 mV/div to 5 V/div in 6 steps (1-2-5 sequence in combina- 
tion with M2 range and 7D12 vertical display attenuation) Ac- 
curacy is within 5%. 

Input R and C — 1 Mil and 20 pF 
Max Input Voltage — 100 V peak 

Measurement Readout — 0 to 20 V in two ranges 3 1/2-digit 
presentation of 1 999 V and 19 99 V full scale, extended to 
199 9 V with P6055 Probe 

Overrange indication — When overrange occurs, a > symbol 
appears to the left of the reading. 

Aperture Uncertainty — 10 ns or less. 

Pulse-width Sample Time (S 2 -S 1 mode) — 30 ns to 5 ms with 
repetitive signal 150 »s to 5 ms with single-shot signal 
Measurement Rate — External Trigger 1 to 12 measure- 
ments per second, depending on external trigger frequency and 
internal adjustment Auto Trigger; 1 to 4 measurements per 
second, internally adjustable 



Settling Time — 40 ns. 

Accuracy without Probe (40 ns after Input Signal Step 
Function) 



Temperature 

Range 


S. Mode 


Si-Si Mode 


+ 20°C to 
+ 30°C 


±0.15% of p-p In- 
put voltage. ±0.1% 
of reading, ± 2 
counts, ± % of ac 
decay* 


±0.25% of p-p 
input voltage, 
±0.15% of reading, 
± 2 counts, ± % 
of ac decay* 


+ 15°C to 
+ 40°C 


±0.25% of p-p in- 
put voltage, ±0.2% 
of reading. ± 3 
counts, ± % of ac 
decay* 


±0.35% of p-p 
input voltage. 
±0.25% of reading, 
± 3 counts, ± % 
of ac decay* 



•Applicable when M2 is ac-coupled. 

Included Accessory — 3.5 ft P6055 Probe package 
(010-6055-01). 




Sample and Hold DVM measures difference voltage (- 168 6 
V) between two points on complex waveform Gate waveform 
indicates two points leading and trailing edges where voltage 
difference is made 



ORDERING INFORMATION 
7D12 A/D Converter (Module 



not included) $1410 

M2 Sample/Hold Module $1230 

Option 02 without P6055 Sub $120 



GE3 

7D13A Digital Multimeter 
Temperature Mode 
500 V Max Common-mode Voltage 
3 1/2 Digit CRT Readout 



The 7D13A is a digital multimeter designed for 
use in all 7000 Series Oscilloscope Mainframes 
with CRT readout The 7D13A functions in any 
compartment 

The 7D13A measures dc volts, dc current, and 
resistance It also measures temperature from a 
temperature sensor on the tip of the P6601 tem- 
perature probe The temperature probe functions 
regardless of 7D13A mode or range setting and 
provides a front-panel analog signal output of 10 
mV/°C (0°C = 0 V). Temperature may be mea- 
sured simultaneously along with any other 
function. 

When the 7D13A is used, the character generator 
traces out a 3 1/2 digit display on the CRT and a 
legend for units like kfl, mA. °C. 

Dc Voltage Range — 0 to 500 V in four ranges 3 1/2 digit 
presentation of 1 999 V. 19 99 V. 199.9 V. and 500 V full scale 
Accuracy is ±0.1% of reading ±1 count from +15°C to 
+ 35*C, ±0.2% of reading ±2 counts from 0°C to +50°C. 
Input impedance is 10 MU on all ranges Max safe input is 500 
V peak between either contact and ground. 500 V peak be- 
tween voltage contacts. 

Dc Current Range — 0 to 2 A in four ranges 3 1/2 digit pre- 
sentation of 1 999 mA. 19 99 mA. 199.9 mA. and 1999 mA full 
scale Accuracy is ± 0.5% of reading ± 2 counts from -j- 15°C 
to 4 35 °C. ± 0.7% of reading ± 4 counts from 0°C to -f 50°C. 
Max input is fuse protected. 

Resistance Range — 0 to 2 MU in five ranges 3 1/2-digit 
presentation 199.9 U, 1999 12. 19 99 kU. 199 9 kU. and 1999 kU 
full scale Accuracy is ± 0.5% of reading ± 1 count from 
4 15 # C to + 35°C. ± 0.8% of reading 1 2 counts from 0°C to 
+ 50*C. Input is fuse protected 

Temperature Measurement Range — -62° to +200°C in 
one range 3 1/2 digit presentation to + 200’C Accuracy 
(4 18°C to 4 28°C) is ± 2*C from 62°C to 4l50°C and 
0 8 C to -6°C from 4 150°C to 200°C with the probe calibrat- 
ed to the instrument. Accuracy (0*C to 4l8°C and 28*C to 
4 50*C) add 1.5*C to the above tolerance in each direction 
Settling Time — 1 s or less (voltage, current, and resistance 
modes) 

Polarity — Automatic indication 

Max Common-Mode Voltage — 500 V peak between two ter- 
minals and ground. 

Normal-mode Rejection Ratio — At least 30 dB at 60 Hz. 
Common-mode Rejection Ratio — With a 1 kli imbalance, at 
least 100 dB at dc; 80 dB at 60 Hz. 

Over Range Indication — When over range occurs, the rea- 
dout blinks and the most significant digit displays a 3. 
Temperature Out — 10 mV/°C into a load of at least 2 ku. 
Included Accessories — P6601 Temperature Probe package 
(010-6601-01); pair of test leads (003-0120-00). 

Order 7D13A Digital Multimeter $1040 
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TCiU' 7000 

I Ox SERIES 



SAMPLING UNITS TO 14 GHz 
50 Q Delay Line 



7S1 1 



7T1 1 



7M11 




7ST1 ^ 




Aik lg- « °T 



. IAMPLINO IWUP UNIT 




7T1 1 



7S1 1 



2mV/div to 200 mV/div 
Calibrated Deflection Factors 

Plug-in Sampling Heads 



The 7S11 is a single-channel sampling unit. The 
input configuration employs the sampling plug-in 
head concept. The heads, which mount in the 
7S11, range in bandwidth from 350 MHz to 14 
GHz 

The 7S11 can be used in a variety of combina- 
tions. Single-channel sampling uses one 7S11 
with a 7T1 1 Time Base Two 7S1 Is and one 7T 1 1 
provide dual-trace sampling One 7S11 and one 
7S12 provide dual-trace sampling Two 7S1 Is can 
be used for X-Y operations 

CHARACTERISTICS 

Defection Factor — 2 units/div to 200 units/div in 7 steps (1- 
2-5 sequence), accurate within 3% Uncalibrated VARIABLE is 
continuous (extends deflection factor from 1 umt/div or less to 
at least 400 units/div). Deflection factor is determined by the 
plug-in sampling head. 

Bandwidth — Determined by the sampling head 
Input Impedance — Determined by the sampling head. 

Dc Offset — Range. + 1 V to - 1 V or more Offset out is 10X 
the offset voltage within 2%. Source R is 10 Ml within 1%. 
Delay Range — At least 10 ns for comparing two signals in a 
dual-trace application 

Memory Slash — 0.1 div or less at 20 Hz. 

Vertical Signal Out — 200 mV per displayed div within 3%. 
Ambient Temperature — Performance characteristics are val- 
id over an ambient temperature range of 0*C to + 50*C. 

Order 7S1 1 Sampling Unit 

without Sampling Head $1670 



10 ps/div to 5 ms/div Calibrated Time Base 



Random or Sequential Sampling 



Equivalent or Real Time Sampling 



No Pretrigger Required 



The 7T11 Sampling Time Base provides equiv- 
alent-time and real-time horizontal deflection for 
single- or dual-trace sampling. Timing accuracy is 
within 3% and nonliearity is well below 1%. Trig- 
gering range is from ^10 Hz (sequential mode) 
to above 12.4 GHz. 

CHARACTERISTICS 

Time/Div Range — 10 ps/div to 5 ms/div (1-2-5 sequence) 
directly related to time position ranges Uncalibrated VARI- 
ABLE is continuous between steps to at least 4 ps/div. 

Time Position Range — Equivalent time is 50 ns to 50 ns in 4 
steps; real time is 0.5 ms to 50 ms in 3 steps 
Time/Div Accuracy — Within 3% for all time/div settings over 
center 8 cm. 

TRIGGERING 

Ext 50 Q Input — Frequency range is dc to 1 GHz in IX TRIG 
AMP mode. Sensitivity range is 12.5 mV to 2 V p-p (dc to 1 
GHz) in XI TRIG AMP. 1 .25 mV to 2 V p-p (1 kHz to 50 MHz) in 
X10 TRIG AMP Input R is 50 ft within 10%. Max input voltage 
is 2 V (dc + peak ac). 

Ext 1 MQ Input — Frequency range is dc to 100 MHz in XI 
TRIG AMP mode. Sensitivity range is 12.5 mV to 2 V p-p (dc to 
100 MHz) in XI TRIG AMP. 1.25 mV to 2 V p-p (1 kHz to 50 
MHz) in XI 0 TRIG AMP Input R is 1 MO within 5%. Max input 
voltage is 100 V p-p to 1 kHz (derating 6 dB per octave to a 
min 5 V p-p). 

Ext Hf Sync — Frequency range is 1 GHz to 12.4 GHz. Sensi- 
tivity range is 10 mV to 500 mV p-p. Input R is 1 Mft. Max input 
voltage is 2 V p-p 

Int Trigger Source (Sinewave Triggering)* — Frequency 
range is 5 kHz to 500 MHz in XI TRIG AMP. 5 kHz to 50 MHz 
in XI 0 TRIG AMP. Sensitivity range is 125 mV to 1 V p-p 
(referred to the vertical input) in XI TRIG AMP; 12.5 mV to 1 V 
p-p (referred to the vertical input) in the X 10 TRIG AMP. 
•Trigger circuits will operate to dc with pulse triggering, except 
for Hf Sync. 



Random Mode Trigger Rate — 100 Hz min. 

Display Jitter — Measured under optimum trigger conditions 
with TIME/DIV switch clockwise. 

Time Pos Range Sequential Mode Random Mode 

50 us to 500 ns 0.4 div or less 1 div or less 

50 ns 10 ps 30 ps 

Pulse Out — Positive pulse amplitude at least 400 mV (into 50 
0) with 2.5 ns nse time or less 

Trigger Kickout — 2 mV or less into 50 0 (except HF SYNC). 
Display Scan Rate — Continuously selectable from at least 40 
sweeps/s to <2 sweeps/s 

External Scan — Deflection factor is continuously variable 
from 1 V/div to 10 V/ div. Input R is 100 Ml within 10%. Max 
input voltage is 100 V (dc + peak ac). 

Sweep Out — 1 V/ div within 2% Source R is 10 k(2 within 1%. 
Ambient Temperature — Performance charactenstics are val- 
id over an ambient temperature range of 0*C to +50°C 

INCLUDED ACCESSORIES 

42 in BNC 50 Q cable (01 2-0057-01 ); 1 0X 50 II attenuator (01 1 - 
0059-02); SMA (3 mm) male to BNC adapter (015-1018-00); 
SMA (3 mm) male to GR874 adapter (015-1007-00). 

Order 7T11 Sampling Sweep Unit .... $4185 

7M1 1 

75 ns Time Delay 
Selectable Trigger Out 
175 ps Rise Time 



The 7M1 1 is a passive dual delay line unit for use 
with the 7000 Series Sampling System. In low-rep- 
etition-rate applications requiring the sequential 
mode of operation, the 7M11 provides the trigger 
source and signal delay necessary to view the 
triggering event at fast time-per-div settings. 

Vertical delay for two 7S1 1 vertical sampling units 
is available with the dual 50 75 ns delay lines. 

The closely matched (30 ps) lines have GR874 
input-output connectors, 175 ps rise time, and 2X 
signal attenuation. Trigger selection is from either 
input, 5X attenuated, with a rise time of 600 ps or 
less. 

CHARACTERISTICS 

DELAY LINE 

Time Delay — 75 ns within 1 ns. 

Delay Differenca — 30 ps or less between channels. 

Rise Time — 175 ps or less 
Attenuation — 2X within 2% into 50 ft. 

Input Impedance — 50 0 within 2%. 

Max Input — ± 5 V (dc + peak ac). 

TRIGGER OUTPUT 
Rise Time — 600 ps or less 

Attenuation — 5X within 10% into 50 0 (referred to INPUT). 
Output Impedance — 50 ft within 10% 

Ambient Temperature — Performance characteristics are val- 
id over an ambient temperature range of 0*C to +50°C. 

INCLUDED ACCESSORIES 

1 0 in BNC cable (01 2-0208-00); two 2 ns GR cables (01 7-0505- 
00 ). 

Order 7M11 Delay Line Unit $1250 




TCU' 45 ps TDR 0R 

I Cr\ GENERAL-PURPOSE SAMPLER 



7000 

SERIES 




COMPARISON OF SAMPLING FEATURES 





7S11/7T11 


7S12 


7S14 


Maximum 

Bandwidth 


14 GHz 


14 GHz 


1 GHz 


Fastest 

Risetime 


<25 ps 


<25 ps 


^350 ps 


Vertical 

Sensitivity 

Range 


2-200 

mV/div 


2-500 

mV/div 


2-500 

mV/div 


Sequential 

Equiv. 

Sampling 


YES 


YES 


YES 


Random 

Equiv. 

Sampling 


YES 


NO 


NO 


Real Time 
Sampling 


YES 


NO 


NO 


Smoothing 


YES 


YES 


YES 


Channels 


1 (2 with an 
additional 7S11.) 


1 (2 with an 
additional 7S11.) 


2 


TDR 


NO (but can be done) 


YES 


NO (but can be done) 


Change- 
able Heads 


YES (verti- 
cal only) 


YES (horizontal 
and vertical) 


NO 


Input 

Impedance 


50 or 1 MU 
(depending on head) 


50 or 1 MU 
(depending on head) 


50 V. 




7S12 



45 ps TDR or a General-purpose Sampler 
6 Plug-in Sampling Heads Available 
2 Plug-in Pulse Sources Available 
1 Trigger Recognizer Head Available 
1 Trigger Countdown Head Available 



The 7S12 is a combined vertical-horizontal, dou- 
ble-width plug-in for high resolution TDR or gener- 
al purpose sampling measurements. As a TDR 
using the S-6 Sampling Head and S-52 Pulse 
Generator Head, the 7S12 has a system rise time 
of 45 ps (return from short-circuit termination) and 
distance range to 290 feet in any cable. Its 
vertical scale is calibrated in reflection coefficient 
(p) from 2 mp/div to 500 mp/div and in voltage 
from 2 mV/div to 500 mV/div. Two-way time or 
one-way distance to a discontinuity of interest is 
read directly from tape dial calibrated for time, air, 
polyethylene, or your choice of dielectrics. As a 
long line TDR using the S-5 Sampling Head and 
S-54 Pulse Generator Head, distance calibration 
extends to 4900 ft (air line) and discontinuities to 
twice this distance may be viewed System rise 
time with this combination is 1 .5 ns. 

General-purpose measurements may be made by 
using an S-1, S-2, S-3A, S-4, S-5, or S-6 Sampling 
Head with an S-53 Trigger Recognizer Head or 
S-51 Trigger Countdown Head For dual-trace 
sampling displays, use a 7S11 Sampling Unit with 
a 7S12 The addition of a 7M11 Dual Delay Line 
provides the signal delay necessary to view the 
triggering event when a pretrigger signal is not 
available 



CHARACTERISTICS 

SYSTEM PERFORMANCE WITH S-6 AND S-52 
System Rise Time — 35 ps or less for the incident step. 45 ps 
or less lor the displayed reflection from a short-circuited, 1 ns 
test line. 

Time and Distance Ranges — Direct-reading tape dial gives 
calibrated one-way distance to at least 400 ft (air line). Time 
range is at least 0 9 ns round thp. Both ranges are limited by 
the duration of the pulse from the S-52. 

Pulse Amplitude — At least + 200 mV into 50 Q. 

Input Characteristics — Nominal 50 fl. feed-through signal 
channel (termination supplied). SMA (3 mm) connectors. 

Jitter — <10 ps (without signal averaging). 

Aberrations — -1-7%, -7%. total of 10% p-p within 1 .8 ns of 
step with reference point at 1.8 ns from step; +2%. -2%. 
total of 4% p-p after first 2.5 ns with reference point at 300 ns 
from step. 

TDR SYSTEM PERFORMANCE WITH S-5 AND S-54 
System Rise Time — 1 .5 ns or less for the displayed reflection 
from a short-circuited test line. 

Time and Distance Ranges — Direct -reading tape dial gives 
calibrated one-way distances to 4900 ft air line. 3240 ft solid 
polyethylene. Time range is 20 ms round tnp. 

Pulse Amplitude — At least + 400 mV into 50 fl. 

Input Characteristics — Nominal 50 12 test line connection 
(cable and T supplied). BNC connectors. 

Jitter — <20 ps (without signal averaging) 

Aberrations — +4%, -6%. total of 10% p-p within first 17 ns 
of step; +15%. -1.5%, total of 3% thereafter 

OTHER 7S12 CHARACTERISTICS 

Vertical Scale — Calibrated in mp (reflection coefficient 10-*) 
and mV from 2 to 500 umts/div in 8 steps (1-2-5 sequence), 
accurate within 3%. Uncalibrated VARIABLE is continuous be- 
tween steps. 

Resolution — Reflection coefficients as low as 0.001 may be 
observed Signal averaging reduces test-line noise in display. 
Dc Offset Range — + 1 V to - 1 V. Allows open-circuit reflec- 
tions to be displayed at full sensitivity Monitor jack provides X 
10 dc offset through 10 kfl. 

Time/Distance — Tape dial is calibrated in time and distance: 
full-scale ranges of 4900 ft. 490 ft. 49 ft (air dielectric); 3200 ft. 
320 ft, 32 ft (polyethylene dielectric), and 10 ms. 1 ps. 0.1 ns 
(time). Accurate within 1%. Distance calibration may be preset 
for dielectric having propagation factors from 0.6 to 1 
Time/Div — 20 ps/div to 1 pS/div (1-2-5 sequence) in three 
ranges with direct-reading magnifier Accurate within 3%. Un- 
calibrated vanable is continuous between steps 
Locate Button — Provides instant return to unmagnified dis- 
play showing entire full-scale range Brightened portion of trace 
indicates time position and duration of magnified display 



Display Modes — Repetitive or single sweep, manual or exter- 
nal scan. 

Signal Outputs — Pin jacks provide both vertical signal and 
sweep outputs. 



INCLUDED ACCESSORIES 

750 ps rigid ’U' delay line (015-1017-01). short-circuit termina- 
tion (015-1021-00); TDR slide rule (003-0700-00). 



ORDERING INFORMATION 
7S12 TDR Sampling Unit 

(tape dial in feet) without 



Sampling Heads $3 1 00 

Option 03 Tape Dial 

Change (Meters) Add $25 



OPTIONAL ACCESSORIES 

Patch Cords — Available for the OFFSET OUT. EXT SWEEP 
INPUT, VERT SIG OUT, and SWEEP OUT jacks of the 7S12, 



Pin-jack to pin-jack. 0.08 in dia. pin. 

Red, 8 in, Order 012-0179-00 $3.50 

Red, 18 in, Order 012-0180-00 $3.50 

Black, 8 in, Order 012-0181-00 $3.50 

Black, 18 in. Order 012-0182-00 $3.50 

Tape Dial (Calibrated in ft) 

Order 331-0273-00 $28.00 

Tape Dial (Calibrated in Meters) 

Order 331-0276-00 .. $28.00 




NOTE: See 1502-1503 Portable TDR Cable Tester on pages 116-117. 
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TPL/ 7000 

I LllX SERIES 



1 GHz DUAL-TRACE, DELAYED SWEEP SAMPLER 

70 ps PULSE GENERATOR 



7S14 




7S14 



Calibrated Delayed Sweep 
Two-dot Measurements 



Dc to 1 GHz Bandwidth 



Dual Trace, 2 mV Sensitivity 
CRT Readout 



Simplified Triggering 

Operational Ease of a 
Conventional Oscilloscope 



The 7S14 Sampling Unit combines vertical and 
time-base functions in one double-width plug-in 

Two identical vertical channels provide dual-trace 
sampling, a two-ramp time base and calibrated 
delayed sweep 

Front-panel controls are grouped by color, and 
the control nomenclature is similar to conventional 
oscilloscope nomenclature. Learning to operate 
the 7S14 requires a minimum of effort for those 
familiar with conventional oscilloscope operation 

VERTICAL CHANNEL 

Modes — Ch 1 only; Ch 2 only; Dual Trace. Ch 1 added to Ch 
2; Ch 2 subtracted from Ch 1 (Ch 2 INVERT). Ch 1 Vertical (Y). 
Ch 2 Horizontal (X) 

Input Impedance — Nominally 50 0. 

Bandwidth — Equivalent to dc to 1 GHz. 

Rise Time — 350 ps or less. 

Step Aberrations — -1-2%. -4%. total of 6% p-p within first 5 
ns. ± 1% thereafter, tested with a 284 Pulse Generator 
Deflection Factor — 2 mV/div to 0.5 V/div in 8 steps (1-2-5 
sequence) Continuously variable between steps by at least 2.5 
to 1 

Accuracy — Within ± 3%. 

Mai Input Voltage - ±5 V. 

Input Signal Range — 2 V p-p max within a +2 V to -2 V 
window at any sensitivity. 

Dc Offset Range — At least +2 V to -2 V. 

Displayed Noise — 2 mV or less unsmoothed (measured tan- 
gentially). Low noise pushbutton reduces random noise by a 
factor of 4 to 1 or more. 

Vertical Signal Output — 0.2 V/div of vertical deflection; 10 kli 
source resistance 



Channel Delay Difference — Adjustable to zero, or for any 
time difference up to at least 1 ns. 

TIME BASE 

Scan Modes — Repetitive, single, manual, or external 
Delaying Sweep — May be used as the CRT time base or as a 
delay generator for the delayed sweep The sweep starts with 
minimum delay from the instant of trigger recognition When 
the delaying sweep mode is selected for the time base, two 
bright dots In the trace, which may be positioned anywhere on 
the displayed waveform, are generated The time between dots 
is equal to the reading on the Delay Time Multiplier dial multi- 
plied by the time/div. 

Delayed Sweep — This mode is used when the signal to be 
displayed occurs considerably later than the instant of trigger 
recognition or when the time must be 5 ns or less per div. The 
delayed sweep may be started with zero delay time with re- 
spect to the start of the delaying sweep Or the start may be 
delayed by any time interval up to that represented by ten divi- 
sions of the delaying sweep selected 

Horizontal Signal Output — 1 0 V/div of honzontal deflection. 
10 kll source resistance 

DELAYING SWEEP 

Range — 10 ns/div to 100 *is/div in 13 steps (1-2-5 sequence) 
Accuracy — Within ± 3%. excluding first one-half div of dis- 
played sweep 

Delayed Zero ( 1 at Dot) — Adjustable to correspond to any 
instant within the time interval represented by the first 9 div of 
the delaying sweep selected. 

Delay Time (2nd Dot) — Adjustable to any position of the time 
interval represented by 10 div of the delaying sweep selected 
Delay Accuracy — Within ± 1 % of 1 0 div when measurement 
is made within the last 9.5 div. 

DELAYED SWEEP 

Range — 100 ps/div to 100 MS/div in 19 steps (1-2-5 se- 
quence) Variable between steps by at least 2.5 to 1 . 
Accuracy — Within ± 3% excluding first one-half div of dis- 
played sweep 

Start Delay — Depends on the delaying sweep time selected 
and the setting of the Delay Time Multiplier dial. Adjustable 
from zero to any time interval up to that represented by 1 0 div 
of the delaying sweep selected. The delaying sweep start point 
corresponds to the position of the second bright dot. 

Delay Jitter — <0.05% of the time represented by 1 div of the 
delaying sweep selected 

TRIGGERING AND SYNC 

Signal Sources — Internal from Ch 1 vertical input or external 
through front-panel connector 

External Triggering — Nominal 50 II input, ac coupled. 2 V p-p 
50 V dc max. Trigger pulse amplitude 10 mV p-p or more with 
rise time of 1 ms or less 10 Hz to 100 MHz. Sinewave ampli- 
tude 10 mV p-p or more from 150 kHz to 100 MHz. 

Internal Triggering — Pulse amplitude 50 mV p-p or more with 
nse time of 1 ms or less Sinewave amplitude 50 mV p-p or 
more from 150 kHz to 100 MHz 

Triggered Mode — Trigger recognition may be made to occur 
at any selected voltage level between +0.5 V and -0.5 V on 
either a -I- slope or a - slope of the triggering signal. 

Auto Trigger Mode — For small signals or when there may be 
no triggering signal Sampling pulses are automatically gener- 
ated at a low rate in the absence of a triggering signal so that a 
trace may always be generated and displayed The trigger level 
range automatically adjusts to approx the p-p voltage of the 
signal. 

Holdoff — Varies the length of the interval during which recog- 
nition is inhibited. Variation is at least 5 to 1 The control is 
particularly useful for displaying digital words when triggering 
on binary pulses. 

Hf SYNC Mode — For sinewaves from 100 MHz to 1 GHz. 10 
mV p-p or more from external source. 50 mV p-p or more from 
internal pickoff. 

Order 7S14 Dual-Trace 

Delayed Sweep Sampler $4915 
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70 ps or Less Rise Time Pulse 
Sinewave and Squarewave Outputs 



CHARACTERISTICS 

OUTPUT 

Pulse Output — 70 ps or less rise time with a pulse width of 
more than 1 M s and a repetition rate of ^50 kHz. Aberrations 
immediately following positive-going transitions are < ±3%. 
3% total p-p; after 2 ns < ±2%. 2% total p-p. Pulse amplitude 
is more than + 200 mV into 50 Q. Source resistance is 50 11. 
Squarewave Output — Periods of 10 jis. 1 ms. or 100 ns. 
Amplitude is 10 mV. 100 mV. or 1 V into 50 11. 

Sinewave Output — Periods of 10 ns or 1 ns. Output ampli- 
tude is 100 mV into 50 11. 

Trigger Output — Squarewave. sinewave. or pretngger pulse 
output, depending on the selected main signal output. Ampli- 
tude is 200 mV. accurate within 40%. When PULSE OUTPUT 
is selected, the trigger can be switched to arrive 5 ns ± 5 ns. or 
75 ns ±5 ns ahead of the mam pulse Rise time is 3 ns or less, 
pulse width is 10 ns or greater. 



Timing and Amplitude Accuracy 







Timing 


Amplitude Accuracy 


Output 


Period 


Accuracy 


1 V 


100 mV 


10 mV 


Pulse 


20 jiS 


±10% 








Square- 

wave 


10 ns 
1 MS 


±0.5% 


±0.5% 


±1% 


± 1 .5% 




100 ns 


± 0.05%* 


±2%t 


±2.5%t 


±3%t 


Sine- 

wave 


10 ns 
1 ns 


±1% 




±20% 





‘crystal controlled t 20 ns after transition 

Order 284 Pulse Generator $3085 




TCU' SAMPLING HEADS 
I LIN TO 14 GHz 



7000 

SERIES 




S-1 



Dc to 1 GHz Bandwidth 



Clean Transient Response 



The S-1 Sampling Head is a low noise, 350 ps rise time unit 
with a 50 11 input impedance The S-1 can be plugged in or 
attached by a cable for remote use. A trigger pickoff within the 
S-1 provides a trigger signal output from the plug-in unit. 

Rise Time — 350 ps or less. 

Bandwidth — Equivalent to dc to 1 GHz at 3 dB down. 
Transient Response — Aberrations as observed with the 284 
Pulse Generator are +0.5%. -3% or less, total of 3.5% or 
less p-p, first 5 ns following the step transition; -0.5% or less, 
total of 1% or less p-p after 5 ns. 

Displayed Noise — 2 mV or less, unsmoothed. 1 mV. 
smoothed 

Signal Range — Variable dc offset allows signals between + 1 
V and - 1 V limits to be displayed at 2 mV/div. Signals between 
+ 2 V and -2 V limits may be displayed at 200 mV/div. For 
best dot response with random-sampling sweep unit, signal 
amplitude should be <500 mV p-p. 

Input Characteristics — Nominally 50 0. Safe overload in ± 5 
V. GR874 input connectors 

Included Accessories — 5 ns. 50 Q RG58 A/U cable (017- 
0512-00); 10X. 50 0 GR attenuator (017-0078-00). 

Order S-1 Sampling Head $1090 

S-2 

Dc to 4.6 GHz Bandwidth 



Displayed Noise <6 mV (Unsmoothed) 



The S-2 Sampling Head is a 75 ps rise time unit with a 50 H 
input impedance The S-2 can be plugged in or attached by a 
cable for remote use A trigger pickoff within the S-2 provides a 
trigger signal output from the plug-in unit. 

Rise Time — 75 ps or less 

Bandwidth — Equivalent to dc to 4.6 GHz at 3 dB down. 
Transient Response — Aberrations as observed with the 284 
Pulse Generator are +5%, -5% or less, total of 10% or less 
p-p. first 2.5 ns following a step transition; +2%. -2% or less 
total of 4% or less p-p after 2.5 ns. 

Displayed Noise — 6 mV or less, unsmoothed. 3 mV. 
smoothed 

Signal Range — Variable dc offset allows signals between + 1 
V and - 1 V limits to be displayed at 2 mV/div. Signals between 
+ 2 V and -2 V limits may be displayed at 200 mV/div. For 
best dot response with random-sampling sweep unit, signal 
amplitude should be <200 mV p-p. 

Input Characteristics — Nominally 50 11. Safe overload is ± 5 
V. GR874 input connectors 

Included Accessories — 5 ns. 50 11. RG213/U cable (017- 
0502-00); 10X. 50 11 GR attenuator (017-0078-00). 



Order S-2 Sampling Head $1280 

OPTIONAL ACCESSORIES 
P6040/CT-1 Current Probe, 

Order (Std) 015-0041-00 SI 30 

P6056 10X Passive Probe, 

Order (Std) 010-6056-03 ... S140 

P6057 100X Probe. 

Order (Std) 010-6057-03 SI 45 

Coupling Capacitor, GR874-K, 

Order 017-0028-00 S90 

Power Divider GR874-TPD, 

Order 01 7 -0082-00 S225 

GR to BNC Adapter. 

Order 017-0063-00 S43 



S-3A 



Compact, 4.5 ft, 100 kQ, 2.3 pF Probe 



Dc to 1 GHz Bandwidth 



Displayed Noise <3 mV (Unsmoothed) 



The S-3A Sampling Head is an active sampling-probe unit with 
1 00 kll. 2 3 pF input impedance Up to 2 V of dc offset may be 
used while maintaining a 2 mV/div deflection factor. 

Rise Time — 350 ps or less 

Bandwidth (Probe Only) — Equivalent to dc to 1 GHz at 3 dB 
down. 

Transient Respone (Probe Only) — Aberrations in the first 2 
ns following a step are + 8%. - 2% or less, total of 1 0% or less 
p-p. +1%. - 1% or less, total of 2% or less p-p after 2 ns. with 
284 pulse displayed 

Displayed Noise (Probe Only) — 3 mV or less referred to 
probe tip (includes 90% of dots). 

Signal Range — Variable dc offset allows signals between + 1 
V. 1 X range, or + 2 V and - 2 V. 2X range, to be displayed at 2 
mV/div. The signal range may be increased 10X or 100X with 
the probe attenuators 

Included Accessories — 10X attenuator head (010-0364-00); 
100X attenuator head (010-0365-00); coupling capacitor (01 1 - 
0098-00) probe tip (206-0114-00); tipground adapter (013- 
0085-00) two test-point jacks (131-0258-00). 5 1/2 in ground 
lead (175-1017-00); 12 1/2 in ground lead (175-1018-00); 3 in 
cable assembly (175-0249-00); three ground clips (344-0046- 

00) ; end cap (200-0834-00); two end caps (200-0835-00). 
probe holder (352-0090-00); retractable hook tip (013-0097- 

01) . 50 11 voltage pickoff (017-0077-01); carrying case (016- 
0121-01); 3 in elec lead (175-0849-00); 6 in elec lead (175- 
0849-00) 

Order S-3A Sampling Head $1670 

S-4 

25 ps Sampling Head 



Dc to 14 GHz Equivalent Bandwidth 



Displayed Noise <5 mV (Unsmoothed) 



The S-4 Sampling Head is a 25 ps rise time unit with a 50 t) 
input impedance The S-4 can be plugged into the sampling 
unit or attached by a sampling head extender for remote use A 
trigger pxckoff within the S-4 provides a trigger signal output 
from the plug-in unit. 

Rise Tims — 25 ps or less 

Bandwidth — Equivalent to dc to 14 GHz at 3 dB down. 
Transient Response — Aberrations in the first 400 ps follow- 
ing a step from an S-52 Pulse Generator Head are -10%. 
+ 10% or less, total of 20% or less p-p. From 400 ps to 25 ns 
following a step from a 284 Pulse Generator, -0%. + 10% or 
less, total of 10% or less, p-p with 284 pulse displayed; after 
25 ns. -2%. +2% or less, total of 4% or less p-p. 

Displayed Noise — 5 mV or less, un- smoothed. 2.5 mV. 
smoothed (includes 90% of dots). 



Signal Ranga — Variable dc offset allows signals between + 1 
V and - IV limits to be displayed at 2 mV/div For best dot- 
transient response with random-sampling sweep unit, signal 
amplitude should be less than 500 mV p-p. 

Input Characteristics — Nominally 50 11 Safe overload ± 5 V. 
SMA (3 mm) input connector 

Included Accessories — 2 ns cable with SMA connectors 
(015-1005-00). 10X 50 11 SMA attenuator (015-1003-00); 
GR874 to SMA male adapter (015-1007-00). SMA male-to- 
male adapter (015-1011-00); 5/16 in wrench (003-0247-00). 

Order S-4 Sampling Head $2505 

S-5 

1 Mft, 15 pF Input Impedance 



Passive Probe 



Internal Trigger Pickoff 



The S-5 Sampling Head is a low-noise, 1 ns rise time sampling 
unit with a 1 Mil. 15 pF input impedance When used with the 
included P6010 Passive Probe, the input impedance increases 
to 10 Mil. 10 pF while maintaining the 1 ns nse time at the 
probe tip. A switch on the sampling head selects either ac or dc 
coupling of the input. 

Rite Time — S-5 only. 1 ns or less, with 3.5 ft P6010, 1 ns or 
less 

Bandwidth — Equivalent to dc to 350 MHz at 3 dB down at 
input connector or probe tip. 

Transient Response — S-5 only (driven with a 50 11 source 
terminated in 50 U): aberrations +2.5%, -5% or less, total of 
7.5% or less p-p within 17 ns after step; +1%. -1% or less, 
total of 2% or less p-p thereafter 

S-5/P6010 (3.5 ft probe, properly compensated) aberrations 
+ 5%. - 5% or less total of 10% or less p-p within 25 ns after 
step. +1%. - 1% or less total of 2% or less p-p thereafter 
Displayed Noise — S-5 only. 500 mV or less (includes 90% of 
dots) S5/P6010, 5 mV or less (includes 90% of dots). 

Signal Range — S-5 only: dc coupled. 1 V p-p from +1 V to 
-1 V. ac coupled. 1 V p-p. S5/P6010: dc coupled (dc + peak 
ac). 10 V p-p; ac coupling, dc voltage. 100 V. 

Input Characteristics — S-5 only. 1 Mil within 1% paralleled 
by 15 pF S-5/P6010. 10 Mil paralleled by *=10 pF 
Attenuator Accuracy — Probe attenuation is 10X within 3%. 
Included Accessories — P6010 Probe package (010-0188- 



00). 50 11 termination (011-0049-01). 

Order S-5 Sampling Head $1160 

OPTIONAL ACCESSORIES 
Probe Tip-to-BNC Adapter, 

Order 013-0084-01 $8.00 

Probe Tip-to-GR Adapter. 

Order 017-0076-00 |42 

Probe T»p-to-GR Terminated Adapter. 

Order 017-0088-00 $44 



SAMPLING HEAD CHARACTERISTICS TIMING HEAD CHARACTERISTICS 





S-1 


S-2 


S-3A 


S-4 


S-5 


S-6 


S51 


S52 


S53 


S54 


Bandwidth 


Dc-1 GHz 


Dc-4.6 GHz 


Dc-1 GHz 


Dc-14 GHz 


Dc-350 MHz 


Dc-11.5 GHz 


1-18 GHz 
trigger 
countdown 


— 


Dc-1 GHz 
trigger 
recognizer 


— 


Risetime 


<350 ps 


<75 ps 


<350 ps 


<25 ps 


<1 ns 


<30 ps Bandwidth 


Input Impedance 


50 n 


50 n 


100 kfl 


son 


1 MO 


50 fl Bandwidth 

feed thru 


Noise; Smoothed 
Unsmoothed 


<1 mV 
<2 mV 


<3 mV 
<6 mV 


<3 mV 
at probe tip 


<2.5 mV 
<5 mV 


<500 mV 
<5 mV 


Risetime 

<5 mV 


— 


<25 ps 


— 


<1 n 




extremely 
high speed 
sampling 


high 

resolution 

TDR 


general 

purpose 

sampling 


medium 

resolution 

TDR 


Connector 


GR 


GR 


Probe 


SMA 
(3 mm) 


BNC 


SMA Application 

(3 mm) 
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TPk' 7000 

I Cr\ SERIES 



SAMPLING AND PULSE GENERATOR HEADS 
TRIGGER RECOGNIZER AND TRIGGER COUNTDOWN HEADS 




30 ps Rise Time 

Displayed Noise <5 mV 
(Unsmoothed) 

Loop-through Input 



The S-6 Sampling Head is a 50 ft feed-through unit for high- 
speed applications 

Rise Time — 30 ps or less. 35 ps or less as observed with S- 
52 Pulse Generator 

Bandwidth — Equivalent to dc to 1 1 .5 GHz at 3 dB down. 

Transient Response — Pulse aberrations following the steps 
are +7%. -7%. total of 10% p-p within 1.8 ns of step with 
reference point at 1 8 ns from step; +2%. - 2%. total of 4% 
p-p after first 2.5 ns with reference point at 300 ns from step 

Displayed Noise — 5 mV or less, measured tangentially. 

Signal Range — + 1 V to - 1 V (dc + peak ac). 1 V p-p Dc 
offset allows any portion of input signal to be displayed. 

Input Characteristics — Nominally 50 0, loop-through system, 
unterminated. SMA (3 mm) connectors. Max safe overload is 
±5 V 

Included Accessories — 50 1 2 termination (015-1022-00); 1 
ns 50 St cable (015-1019-00); SMA (3 mm) female-to-female 
adapter (015-1012-00); SMA male-to-GR874 adapter (015- 



1007-00). combination wrench (003-0247-00). 

Order S-6 Sampling Head $2160 

OPTIONAL ACCESSORIES FOR 
SAMPLING HEADS 
with SMA (3 mm) Connectors 

2X 50 ft Attenuator, Order 0 1 5- 1 00 1 -00 $120 

5X 50 ft Attenuator, Order 015-1002-00 $120 

10X 50 ft Attenuator, Order 015-1003-00 $120 

50 ft Termination, Order 015-1004-00 - $60 

2 ns 50 ft Signal Cable, Order 015-1005-00 $80 

5 ns 50 ft Signal Cable, Order 015-1006-00 $130 

Female-to-GR874 Adapter, Order 015-1007-00 $50 

Male-to-GR874 Adapter. Order 015-1008 -00 $60 

Male-to-N Female Adapter, Order 015-1009-00 $50 

Male-to-7 mm Adapter, Order 015-1010-00 $175 

Male-to-Male Adapter, Order 015-101 1-00 $20 

Female-to-Female Adapter, Order 015-1012-00 $16 

Coupling Capacitor, Order 015-1013-00 $170 

50 ft Power Divider T, Order 015-1014-00 $200 

500 ps 50 Q Semrigid Cable, Order 015-1015-00 $40 

SMA T Adapter, Order 015-1016-00 $30 

SMA Male-to-BNC Female Adapter, 

Order 015-1018-00 $8.00 

1 ns 50 ft Cable, Order 015-1019-00 $105 

SMA Male Short-Circuit Termination, 

Order 015-1020-00 $17.50 

SMA Female Short-Circuit Termination, 

Order 015-1021-00 $24 

SMA Male 50 Q Termination, Order 015-1022-00 $32 

With BNC Connectors 
50 ft Feed-through Termination, 

Order 011-0049-01 $25 

50 Q Feed-through (5 W), Order 011-0099-00 $40 

50 Q 2X Attenuator, Order 011-0069-02 $35 

50 ft 2.5X Attenuator, Order 01 1-0076-02 $35 

50 ft 5X Attenuator, Order 011-0060-02 $35 

50 ft 1 0X Atteuator, Order 01 1-0059-02 $35 

50 ft 18 in, Coaxial Cable. Order 012-0076-02 $17 

50 ft 42 in, Coaxial Cable, Order 012-0057-01 $17 



18 GHz Countdown 



10 ps or Less Trigger Jitter 



The S-51 Trigger Countdown Head is a free-running tunnel- 
diode oscillator designed to provide stable sampling displays of 
signals up to 18 GHz The S-51 has a front-panel sync control 
that synchronizes the oscillator frequency to a subharmonic of 
the input signal. The output from the S-51 is available at a 
front-panel trigger output connector and through a rear-panel 
connector for internal tnggering. The output signal is a direct 
countdown of the input and permits triggering by a standard 
sampling time-base unit. 

Input Signal — Frequency range is 1 GHz to 18 GHz. Stable 
synchronization on signals at least 1 00 mV p-p. as measured 
separately into 50 ft. 5 V, p-p max. 

Input Characteristics — 50 ft SMA (3 mm) connector. 

Open termination paralleled by 1 pF. 

Trigger Output — Front-panel trigger output is at least 200 
mV into 50 ft. BSM type connector. Internal trigger output is at 
least 1 00 mV into 500 ft, internally connected to sampling unit. 
Jitter is 10 ps or less with signals from 5 GHz to 18 GHz; 15 ps 
or less with signals from 1 GHz to 5 GHz. Kickout at signal 
input connector is 400 mV or less; kickout occurs between 
successive samples. 

Order S-51 

Trigger Countdown Head $1225 

S-52 



25 ps Rise Time 



200 mV into 50 12 



50 12 Source 



Pretrigger Output 



The S-52 Pulse Generator Head is a tunnel-diode step gener- 
ator designed for use with the 7S12 as a high resolution Time 
Domain Reflectometer 

For tdr applications, the S-52 features automatic bias circuit 
control to eliminate effects of tunnel-diode and load changes. A 
50 ft reverse termination minimizes reflections The pulse width 
is sufficient for distances up to 32 ft in any cable A pretngger 
output allows the S-52 to be operated in sequential sampling 
systems without a delay line. 

Pulse Output — Rise time is 25 ps or less. Amplitude into 50 ft 
is at least 200 mV. positive-going. Pulse duration 800 ns. pulse 
period 16 ns within 2 ms. Pulse aberrations following the step 
are +7%, -7%, total of 10% p-p within 1.8 ns of step with 
reference point at 1 .8 ns from step. + 2%, 2%. total of 4% p- 

p after first 2.5 ns with reference point at 300 ns from step 
Pretrigger Output — Rise time is 1 ns or less. Amplitude into 
50 ft is at least 1 V. positive going Pretrigger pulse duration is 
4 ns. Pretrigger occurs 85 ns (within 5 ns) before the pulse 
output Pretrigger to pulse output jitter is 10 ps or less Pretrig- 
ger output is also available at rear connector for internal trig- 
gering of the sampling sweep unit. 

Output Connectors — Pulse output uses an SMA (3 mm) con- 
nector. Pretrigger output uses a BSM connector. 

Included Accessory — 1 ns. 50ft semirigid coax delay line 
(015-1023-00) 

Order S-52 Pulse Generator Head .... $1550 



The S-53 Trigger Recognizer Head is intended for use with the 
7S12 to permit operation as a general-purpose sampling sys- 
tem The S-53 supplies triggering for the 7S12. 

Input Characteristics — Frequency range is dc to 1 GHz Sen- 
sitivity range is 10 mV to 2 V p-p into 50 ft. Kickout at input. 
±5 mV or less 

Output Characteristics — Rise time is 1 ns or less Amplitude 
is at least 1 .5 V positive-going into 50 ft. Pulse duration is 3 ns 
within 2 ns at the 50% amplitude level. Pulse period is 27 *js 
minimum. Trigger-to-signal delay is 15 ns or less; jitter is 15 ps 
or less 

Connectors — Trigger input connector is BNC type. Front- 
panel trigger output connector is BSM type Trigger output is 
also available at rear connector for internal triggering 
Included Accessories — 42 in. 50 ft cable (01 2-0057-01 ). 1 0X 
50 ft attenuator (011-0059-02). 

Order S-53 

Trigger Recognizer Head $1120 



S-54 



1 ns Rise Time 



Low Aberrations 



400 mV into 50 12 



50 12 Source 



Variable Pretrigger Lead Time 



The S-54 Pulse Generator Head is a step generator designed 
for use with the 7S12 as a long line Time Domain Reflecto- 
meter unit. 

Intended for TDR applications, the S-54 is 50 ft reverse termi- 
nated to minimize reflections and has a 0 V base line to elimi- 
nate base line shift with load changes A continuously variable 
front-panel control enables adjustment of pretrigger lead time 
The pretrigger output allows the S-54 to be operated in se- 
quential sampling systems without a delay line 
Pulse Output — Rise time is 1 ns or less. Amplitude into 50 ft 
is + 400 mV or greater Pulse duration is 25 ns within 2 ns. 
Pulse aberrations following the step are + 1 .5%. - 1 .5%, total 
of 1.5% p-p, as displayed with S-1 Sampling Head Base line 
level is 0 V within 20 mV. terminated in 50 12. 

Pretrigger Output — Rise time is 5 ns or less. Amplitude into 
50 ft is at least 200 mV. positive-going. Pretrigger pulse dura- 
tion is 20 ns or less at the 50% amplitude point Pretrigger lead 
time is front panel adjustable from 120 ns or less to 1 ns or 
greater. Pretrigger-to-pulse-output jitter is 100 ps or less at 
120 ns lead time to 1 ns or less at 1 us lead time 
Output Connectors — Pulse output uses a BNC connector 
Pretrigger output uses a BSM connector. 

Included Accessories — BNC T connector (103-0030-00); 8 
in 50 12 cable (012-0118-00) 

Order S-54 Pulse Generator Head .... $1010 

SAMPLING HEAD WEIGHTS (Approx) 





S-1 


S-2 


S-3A 


S-4 


S-5 




kg 


lb 


kg 


lb 


kg 


lb 


kg 


lb 


kg 


lb 


Net 


0.5 


1 


0.5 


1 


1.4 


3 


0.5 


1 


0.3 0.6 


Ship- 

ping 


1.4 


3 


1.4 


3 


2.3 


5 


0.9 


2 


0.9 


2 




S-6 


S-52 


S-53 


S-54 


S-51 




kg 


lb 


kg 


lb 


kg 


lb 


kg 


lb 


kg 


lb 


Net 


0.5 


1 


0.3 


0.8 


0.3 


0.8 


0.3 


0.8 


0.5 1 


Ship- 

ping 


0.9 


2 


0.5 


1 


0.5 


1 


0.5 


1 


2.3 5 



TEK 



CURVE TRACER 
READOUT UNIT 



7CT1N 




Curve Tracer 



7CT1N 



10 nA/div to 20 mA/div 
Vertical Deflection Factors 

0.5 V/div to 20 V/div 
Horizontal Deflection Factors 



The 7CT1N Curve Tracer Plug-in displays charac- 
teristic curves of small-signal semiconductor de- 
vices to power levels up to 0.5 W The 7CT1N 
operates in horizontal or vertical compartments of 
7000 Series Oscilloscopes. 



CHARACTERISTICS 



COLLECTOR/DRAIN SUPPLY 





XI 


X10 


Horizontal 

Volts/Div 


0.5 


2 


5 


20 


Voltage Range 


0 - 7.5 V 


0-30 V 


0-75 V 


0 - 300 V 


Max 

Current 


240 mA 


60 mA 


24 mA 


6 mA 



Max Open Circuit Voltage — Within ± 20%. Max short-circuit 
current, within 30%. 

Series Resistance — Automatically selected with honzontal 
V/div switches Peak power is 0.5 W or less, depending upon 
control settings 

High Voltage Warning — When the horizontal V/div switch is 
in the XI 0 position, a flashing warning light, indicating that dan- 
gerous voltages may exist at the test terminals, appears on the 
front panel 

STEP GENERATOR 

Transistor Mode — Step amplitude range is 1 >iA/step to 1 
mA/step, 1-2-5 sequence. Max current (steps plus aiding off- 
set) is 15X amplitude setting. Max voltage (steps plus aiding 
offset) is at least 13 V. Max opposing offset current is at least 
5X amplitude setting. 

FET Mode — Step amplitude range is 1 mV/step to 1 V/step. 
1-2-5 sequence Voltage amplitude (steps plus aiding offset) is 
15X amplitude setting, 13 V max. Source impedance is 1 kfl ± 

1 %. 

Accuracy — Incremental: within 3% between steps. 

Absolute: within ±(3% -»- 0.3X amplitude setting). 

Step Polarity — The step generator polarity is the same as the 
collector/drain supply in the transistor mode and opposing in 
the FET mode. 

Number of Stepa — Selectable in 1 step increments between 
0 and 10. 

Offset — Selectable to 5 steps Polanty aids or opposes the 
step polanty. 

Vertical Deflection Factors — 10 nA/div to 20 ^A/div with the 
-r 1000 control activated. 10 ^A/div to 20 mA/div in the IX 
mode 

Vertical Display Accuracy — Within 5% in the IX mode. 
Within 5% ±0.2 nA per displayed horizontal volt in the - 1000 
mode 

Horizontal Deflection Factors — Selectable: 0.5 V, 2 V, 5 V, 
or 20 V 

Horizontal Display Accuracy — Within 5% plus the deflection 
factor accuracy of the plug-in being driven. The plug-in is a 
vertical or horizontal amplifier with a 1 00 mV/div deflection fac- 
tor and an input R of at least 50 kil when it is used in the 
horizontal compartment 

Order 7CT1N Curve Tracer $1305 



7000 

SERIES 



7M13 




Readout Unit 

7M13 



Easy and Convenient Identification 
of Photographed Displays 

Automatic Sequence Advance 
with Each Camera Exposure 



The 7M13 Readout Unit provides front-panel key- 
board operation for convenient access to the 
CRT readout characters. Up to ten alphanumeric 
characters can be displayed at the top and/or at 
the bottom of the CRT. The 7M13 is designed for 
use in all 7000 Series Mainframes with CRT 
readout A remote-advance cable is supplied with 
the 7M13 to connect it to the shutter X-sync con- 
nector of the C-50 Series Cameras An optional 
cable is available for cameras using an ASA con- 
nector for X-sync. 

Included Accessory — Remote-advance cable (012-0339-01). 

Order 7M13 Readout Unit $880 




The photograph above was identified as TEST 14 by using the 
7M13 in 7834 Oscilloscope 

Optional Accessory — Remote-advance cable with ASA con- 
nector lor camera X-sync 

Order 012-0364-01 $20 
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TEK 



MAINFRAMES 



5000 SERIES 
INSTRUMENTS 



Mainframe/ 

Display 

Unit 


Page 


Beams 


Storage 


Display 

Size 


5110 


214 


Single 




8 x 10 div 
(1.27 cm/div) 


5111 


214 


Single 


Bistable 


8 x 10 div 
(1.27 cm/div) 


5113 


215 


Dual 


Bistable 


8 x 10 div 
(1.27 cm/div) 


5115 


215 


Single 


Bistable 


8x10 div 
(1.27 cm/div) 


5223 


208 


Single 


Digital 


8 x 10 div 
(1.22 cm/div) 


5440 


210 


Single 




8 x 10 div 
(1.22 cm/div) 


5441 


211 


Single 


Variable 

Persistence 


8 x 10 div 
(0.9 cm/div) 



SPECIAL-PURPOSE PLUG-INS 



Product 


Page 


Description 


5CT1N 


221 


Semiconductor Curve Tracer 


5L4N 


221 


Low-Cost Spectrum Analyzer 


5S14N 


221 


Dual-Trace Delayed Sweep Sampler 


5D10 


217 


Waveform Digitizer 



AMPLIFIERS 



Prod- 

uct 


Page 


Type 


Minimum 

Deflection 

Factor 


Band- 
width 
-3 dB 


Cmrr 


5A13N 


218 


Single 


1 mV/div 


2 MHz 


10,000:1 


5A14N 


216 


Four 


1 mV/div 


1 MHz 




5A15N 


216 


Single 


1 mV/div 


2 MHz 




5A18N 


217 


Dual 


1 mV/div 


2 MHz 




5A19N 


218 


Single 


1 mV/div 


2 MHz 


1000:1 


5A21N 


218 


Single 

(voltage 

and 

current) 


50 MV/div 
0.5 mA/div 


1 MHz 


100,000:1 


5A22N 


219 


Single 


10 mV 


1 MHz 


100,000:1 


5A26 


219 


Dual 


50 MV/div 


1 MHz 


100.000:1 


5A38 


212 


Dual 


10 mV/div 


35 MHz 




5A48 


212 


Dual 


1 mV/div* 


50 MHz 





• Bandwidth Is dc to 25 MHz at 1 mV/div and 2 mV/div. 



Prod- 

uct 



Page 



TIME- 



Type 



BASE PLUG-INS 
Mag 



Sweep 

Rate 



Single 

Sweep 



Volte/ 
Div Ext 

Mode 



5B10N 



220 



1 MS tO 5 3 



X10 



Yes 



50 mV 
and 

500 mV 



5B12N 



220 



Dual 

Delay- 

ing 



A 1 ms 
to 5 s 
B 2 ms 
to 0.5 s 



X10 



Yes 



50 mV 
and 

500 mV 



5B40 



212 



0.1 MS 

to 5 s 



X10 



Yes 



50 mV 



213 



Delay- 

ing 



A 0.1 ms 
to 5 s 
B 0.1 ms 
to 0.5 s 



X10 

X10 



Yes 



50 mV 



213 



Digiti- 

zer 



0.2 ms 
to 5 s 



X10 



Yes 



50 mV 



Digital Storage Capability ... The 5223 
Digitizing Oscilloscope provides digital stor- 
age at the touch of a button, intensified pre- 
trigger viewing, equivalent time sampling, 
and X-Y displays. This 5000 Series Scope, 
with optional IEEE-488 interface, is ideal for 
physical, mechanical and biomedical 
applications. 

Performance Value ... The 5400 Series is 
designed for the cost-conscious user as an 
alternative to the monolithic scope; it gives 
you 50 MHz bandwidth in both non-store 
and variable persistence storage 
mainframes with CRT readout. 

Maximum Flexibility ... The 5100 Series is 
ideal for low frequency applications such as 
medical and mechanical measurements re- 
quiring up to 2 MHz bandwidth; it gives you 
unparalleled choices in measurement flexi- 
bility such as dual-beam; split-screen, 
bistable storage displays, differential inputs 
and spectrum analysis. 

Expandability ... With the 5000 Series 
Plug-in Oscilloscope, you are making a cost- 



CONTENTS 



Mainframes 

5223 10 MHz Digital Storage 208 

5440/R5440 50 MHz General Purpose 210 

5441/R5441 50 MHz 

Variable Persistence Storage 211 

5110 2 MHz Single Beam 214 



51 1 1 2 MHz Single Beam Bistable Storage 214 
51 13 2 MHz Dual Beam Bistable Storage 215 
51 15 2 MHz Single Beam Bistable Storage 215 



Plug-Ins 

Single Channel Amplifiers 216 

Two Channel Amplifiers 212, 217 

Four Channel Amplifier 216 

Waveform Digitizer 217 

Differential Amplifiers 218 

Dual Differential Amplifier 219 

Time Bases 213, 220 

Curve Tracer 221 

Spectrum Analyzer 221 

Dual Trace Sampler 221 



effective investment in current technology 
—and insuring yourself a share in the future. 




5B25N 




TEK REFERENCE 



Low Cost 



2 MHz, 10 MHz or 50 MHz Bandwidth 



Sampling to 1 GHz 



0 to 100 kHz Spectrum Analysis 



6 Oscilloscope Models 



21 Plug-ins Available 



Digital, Dual-Beam and Storage Displays 



CRT Readout (5400 Series only) 



Large 6.5 inch CRT (8x10 div) 



10 ^V/div High Gain Differential Amplifier 



1 to 8 Trace Capability 



Delayed-Sweep Time Bases 



Y-T or X-Y Operation 



Bench-to-Rack Convertibility 



The 5000 Series Oscilloscopes are designed to 
provide optimum versatility and performance at 
the lowest possible price 

5100 SERIES OSCILLOSCOPES 

Four 5100 Series Oscilloscopes are available 
They include single-beam, dual-beam, and stor- 
age displays The storage display units feature 
bistable, split-screen storage with large 6 5 inch 



The following probes are recommended for general use with 
the listed amplifier plug-ins These probes automatically pro- 
gram the knob-skit readout and the CRT readout (available 
only in the 5400 Series) to indicate correct deflection factor 
Probe packages include various tips, ground leads and 
accessories 



CRTs. The dual beam units, have two writing 

8 uns and two pairs of vertical deflection plates 
ine pair of horizontal deflection plates drives 
both beams 

The 5100 Series features 2 MHz mainframes with 
large 6 5 inch CRTs that accommodate two verti- 
cal deflection plug-ins and one horizontal deflec- 
tion plug-in. They can be easily converted from 
bench to rackmount configuration. 

To date. 15 plug-ins are available for use with the 
5100 Series Among these are the low-cost 5L4N 
Spectrum Analyzer for the 0-to-100 kHz frequen- 
cy range the 5S14N. a general purpose, 1 GHz 
dual-trace sampling plug-in and the 5D10 
Waveform Digitizer. 

5223 DIGITIZING OSCILLOSCOPE 

You can get the benefits of digital storage, along 
with the time-tested advantages of a convention- 
al analog scope, in the 10 MHz 5223 Digitizing 
Oscilloscope Combined in one powerful, conve- 
nient oscilloscope are pushbutton ease, high 
quality waveform display, pretrigger signal manip- 
ulation, and optional GPIB interface, plus real-time 
analog display capability 

Use the 5223 in the digital storage mode to 
capture repetitive events at speeds of up to 10 
MHz or single-shot events at speeds of up to 100 
kHz The 5223 s maximum sample rate is 1 MHz; 
storage capacity is 1024 bits per vertical 
compartment 

The digitized display will never fade or bloom, so 
you get more accurate measurements, more con- 
veniently. High 10-bit vertical resolution gives you 
an accurate representation of your signals 



Probes are also available in different lengths, attenuation ra- 
tios. input loading and bandwidths Special purpose probes, 
such as high voltage. FET and current probes are available for 
use with 5000 Series Amplifier Plug-ins See Probe section for 
complete information 



5400 SERIES OSCILLOSCOPES 

Two 5400 Series display units are presently avail- 
able a single-beam, non-storage display and a 
variable persistence storage display Both feature 
CRT readout of plug-in scale factors, 3 plug-in 
compartments and benchmount-to-rackmount 
convertibility 

The 5400 Series offers 50 MHz bandwidth and is 
capable of satisfying a wide range of measure- 
ment needs It features readout of plug-in scale 
factors on the CRT (except with plug-ins having a 
suffix N: 5A22N, 5B10N, etc ). This feature, pre- 
viously available only on more sophisticated 
oscilloscopes, allows you to make measurements 
more quickly and conveniently The CRT readout 
can also be external accessed 

PLUG-IN VERSATILITY 

21 plug-ins are now available in the 5000 Series 
Family All these plug-ins are compatible with the 
5400 Series, and all but six are compatible with 
5100 Series Mainframes 

The amplifier plug-ins include single, dual, and 
four trace units, various differential amplifiers (in- 
cluding one with a current probe input), and a 
differential comparator amplifier The time-base 
plug-ins include single, dual, delayed sweep 
units, and a digital time base. 

Four special-purpose plug-ins are also available 
The 5L4N is a spectrum analyzer for the 0-to-100 
kHz frequency range It has 10 Hz bandwidth res- 
olution The 5CT1N is a semiconductor curve-trac- 
er plug-in It allows characteristic curves of tran- 
sistors. FETs. diodes and other semiconductor 
devices to be displayed on the CRT. The 5S14N, 
a general-purpose dual-trace, delayed sweep 
sampler, extends the bandwidth of the 5100, the 
5400 Series, and the 5223 to 1 GHz at 2 mV 
sensitivity 

The 5D10 is a dual channel waveform digitizer 
with cursors. CRT scale factor readout, roll mode 
and plotter output 

Back-lighted knob skirts on the plug-ins provide 
scale-factor readout The correct scale factor is 
automatically indicated when using the X 10 mag- 
nifier and the recommended IX and 10X probes 
In addition, the 5400 Series automatically 
presents correct scale factors on the CRT when 
used with non-N suffix plug-ins This feature helps 
reduce human errors and enables photographic 
recording of measurement conditions 



5000 Series Instruments — Physical Characteristics 





52 

Cabinet 


23 

Rackmount 


5100 and 5' 
Cabinet 


100 Series 
Rackmount 


Plug 

Single Width 


•Ins 

Double Width 


Dimensions 


in 


cm 


in 


cm 


in 


cm 


in 


cm 


in 


cm 


in 


cm 


Height 


12.9 


32.8 


7 


17.8 


11.9 


30.2 


5.3 


13.3 


5.0 


12.7 


5.0 


12.7 


Width 


8.4 


21.4 


19 


48.3 


8.4 


21.3 


19.0 


48.3 


2.6 


6.6 


5.2 


13.2 


Length 


22.5 


57.2 


22.4 


56.9 


20.4 


51.8 


19.0 


48.3 


12.0 


30.5 


12.0 


30.5 


Weight (approx) 


lb 


kg 


lb 


kg 


lb 


kO 


lb 


kg 


lb 


kg 


lb 


kg 


Net 


37.25 


16.9 


42 


19.1 


23.0* 


10.4* 


24.0* 


10.9* 


2.8 


1.3 


5.8 


2.6 


Shipping 


45 


20.5 


52 


23.6 


32.0* 


14.5* 


43.0* 


19.5* 


10.0 


4.5 


10.8 


4.9 



Recommended Probes for 5000 Series Amplifier Plug-ins 




Amplifier 

Plug-Ins 


Voltage 

Probe 


Attenuation 


Standard 

Length 


Features 


Package 

Number 


5A14N 

5A15N 

5A18N 


P6060 


10X 


6 ft 


Full bw, low cost, (not compatible with CRT 
readout). 


010-6060-03 


P6062B 


1X/10X 


6 ft 


Full bw. switchable attenuation, ground 
reference button 


010-6062-13 


5A13N 

5A21N* 

5A22N 

5A26 


P6062B 


1X/10X 


6 ft 


Full bw, switchable attenuation, ground 
reference button. 


010-6062-13 


P6101 


IX 


2 m 


Full bw, miniature. Modular construction 
simplifies repair. 


010-6101-03 


P6055 


Adjustable 
to 10X 


3.5 ft 


Adjustable attenuation. Will give up to 20,000; 
1 CMRR when used in pairs. (5A21N, 5A22N 
and 5A26). 


010-6055-01 


5A38 

5A48 


P6105 


10X 


2 m 


Full bw. miniature. Modular construction 
simplifies repair. 


010-6105-03 


P6062B 


1X/10X 


6 ft 


Switchable attenuation (full bandwidth in the 
10X position) ground reference button. 


010-6062-13 


P6101 


IX 


2 m 


Miniature, modular (reduced bandwidth). 


010-6101-03 



'The 5A21N also provides direct access to current probe P6021 Order 5A21N. Option 01 lor 5A21N Amplifier and Current Probe 
package See pages 218-219 for complete information 
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CARTS 

SCOPE-MOBILE' Cart* — For cabinet models, order TEK Lab 
Cart. Model 3 



CAMERAS 

All 5100 Series — C-5C. suitable for repetitive or stored 
traces 

5100 Storage Instruments, 5440 (with P back), 5441 (with G 

back) — C-59. general purpose 
For full details see Camera section. 

ACCESSORIES 

Blank Plug-in Kit — (040-0818-03) 

Blank Panel — (016-0195-02) 

Viewing Hoods — (016-0154-00. or 016-0452-00 folding) 
Protective Cover — (016-0544-00) 

For full details see Accessories section 



TPk' 5000 

I Llr\ SERIES REFERENCE 




All 5000 Series Rackmount Oscilloscopes and 
cabinet-to-rackmount kits include complete slide 
out tracks and mounting hardware to interface 
with standard 19 inch racks 

CONVERSION KITS 

Cabinet-to-Rackmount. Order 040-0583-02 $200 

Rackmount-to-Cabinet, Order 040-0584-03 $125 




MECHANICAL MEASUREMENT TRANSDUCERS 



TRANSDUCER PACKAGE 


DESCRIPTION 


PERFORMANCE 


RECOMMENDED 

ACCESSORIES 


V* 


PRESSURE 

015-0101-00* 


RANGE: 3000 pals 
TYPE: Bonded Strain Gao* 

4 arm 360 Q bridge 
Built-In CAL raalator 


Accuracy: 1% 

Excitation: r=10 Vdc 
Scale Factor: 3 mV/V f.a. 
f. -65 kHz 


012-0206-00 
20 ft multi- 
conductor cable 


PRESSURE 

015-0162-00* 


RANGE: 300 pal g 
TYPE: Bonded Strain Gag* 

4 arm 360 0 bridge 
Built-in CAL r**lator 


Accuracy: 1% 

Excitation: -10 Vdc 
Scale Factor: 3 mV/V f.a. 
f. =sS4 kHz 


012-0206-00 
20 ft multi- 
conductor cable 


0 


PRESSURE (EAS) 
015-0117-00 


RANGE: 3000 p«!g (dynamic only) 
TYPE: Piezoelectric 


Accuracy: <6% 

Sensitivity: 200 pc/psi 
Max Overpressure: 300% 
Temp: -40«C to +150°C max 


015-0116-00 
cooling adapter 


£L 


ACCELERATION 

015-0165-00 


RANGE: 0.001 to 1000 o'* 

TYPE: Piezoelectric compreaalon 

High capacitance (ar 10,000 pF) 
NB3 traceability 


Accuracy: 5% 
Linearity: 2% 
Sensitivity: -12 mV/g 
f. -30 kHz 


012-0211-00 
microdot to BNC 
20 ft cable 


€ 


VIBRATION (EAS) 
015-0116-00 


RANGE: 0.01 to 100 g'a 

(100 to 10.000 RPM) 
TYPE: Piezoelectric 

magnetically mounted 


Sensitivity: 6 mV/g (o.C.) 
Ct -3500 pF 
Temp: -40°C to + 150°C 
f. —11 kHz 


012-0137-00 
BNC-BNC cable 
50 ft 




TYPE: Selamlc (oeophone) 

Self generating 
SIGNALS: Velocity 

Displacement (Integrated velocity) 
RANGE: 0.050 Inch peak to peak 


Accuracy: <6% 

Scale Factor: 

Velocity - 600 mV/in/s 
Displacement — 10 mV/0.002 In 
Freq Range: 10 Hz to 2 kHz 
f. - 6 Hz 

Temp: -40°C to + 71«C 


012-0136-00 
BNC-BNC cable 
20 ft long 


Kl £3 


VERTICAL 

VIBRATION 

015-0166-00 

HORIZONTAL 

VIBRATION 

015-0167-00 




FORCE 

(Displacement) 

015-0164-00* 


RANGE: 50 grama 

50 lbs (with load cell) 

0 120 mm 

TYPE: Unbonded 350 0 Strain Gage 

4 arm bridge 


Accuracy: 0.5% 

Excitation: —5 Vdc 

Full Scale Output: 60 to 60 mV 

Temp: -50°C to +65°C 


Included with unit 
Is 50 lb (22-5 kg) 
load cell connected 
power cable attach- 
ment bracket and 
tools 




DISPLACEMENT 

015-0166-00 


RANGE: ±4 0 mm (Calibrated and usable 
to ±0.2 Inch) 

TYPE: Dc to dc LVDT 


Accuracy: 2% linearity <1% 
Excitation: 3 to 1 1 Vdc 
Scale Factor: 1 V/mm at 0 5 Vdc 
20 mV/0 001 Inch at 7 5 Vdc 
Temp: -54®C to + 60°C 


012-0206-00 
20 ft cable 




STRAIN 

015-0171-00 


RANGE: 30,000 M Strain 
TYPE: Foil Strain Gages 

0.125 Inch long. Attached leads 
Package of five 


Resistance: 120 Q 
Gage Factor (Nominal) 2.1 
Accuracy: 1% 

Excitation: (bridge), 5 V max 


Strain Gage Adapter. 
015-0168-00 
Cement Kit 
015-0172-00 


<5^ 


STRAIN QAQE 
ADAPTOR 
016-0166-00* 


Provides meens for connecting 1. 2, or 4 arms 
of a Wheatstone Bridge to the Type PS 501-1 
Mod 730E Trensducer Power Supply Hes 
variable shunt resistor for gage factor calibra- 
tion. The adapter has tour binding post 
terminals and a six-foot cable with 6-pln 
connector. 


Accuracy: Governed by Initial 
calibration and strain gages used. 
Strain Gag* Resistance Range: 

30 fl to 5000 Q for 4 arm bridges. 
120 0 for 1. 2 or 4 arm bridges 
Bridge Volts: Typically 5 V for 
120 0 gages 

Gag* Factor Correction Range: 

1.7 to 2.3 


Strain Gag* Package. 
015-0171-00 
Cement Kit, 
015-0172-00 




CEMENT KIT 
015-0172-00 


Provides means for mounting and connecting 
foil strain gages Includes Room Temperature 
Curing Epoxy cement. RTV Clear Silicon Rubber 
coating. Neoprene pads and metal platea, 
cementable Wiring terminals, and clear 
Mylar film. 




Strain Gage 

Package 

015-0171-00 





CABLE (012-0136-00) $70 

20 ft low-noise coaxial cable with 
BNC connectors on both ends 

CABLE (012-0209-00) $315 

20 ft low-noise six-conductor cable 
with 6-pin connector on each end. 

CABLE (012-0210-00) $115 

20 ft six-conductor cable with 6-pin 
male connector on one end. 



CABLE (012-0211-00) $35 

20 ft low-noise coaxial cable with 
miniature coaxial connector on one 
end and BNC connector on the other 
CONNECTOR (131-0618-00) ... $30 
Mates Type PS501-1 Transducer 
Power Supply INPUT 6-pm 
connector. 



TRANSDUCER PACKAGE PRICE LIST 



015-0161-00 $690 

015-0162-00 ..... $575 
015-0117-00.. $1625 
015-0165-00 ..... $390 
015-0116-00.. $1000 
015-0166-00 .... $215 



015-0167-00 ..... $450 

015-0164-00 $750 

015-0168-00 $550 

015-0171-00 $35 

015-0169-00 $375 

015-0172-00 $95 



'Requires PS 501-1 custom modified Transducer Power Supply mounted in a TM 500 Series Mainframe. Consult a Tektronix 
Sales Engineer for price and installation information on power supply and adapter. 



APPLICATION NOTES 

Following is a list of currently available Application Notes for 



5000 Series Oscilloscopes 

Title 

Featuring 


Part No. 


STRUCTURAL TESTING 
The Digitizing Approach 

5223/5B25N/5A18N Single-shot 
techniques. Multi-trace using 
transducers. 


AX-4461 


BIOPHYSICAL DATA RETRIEVAL 
The Digitizing Approach 

5223/5B25N/5A18N Roll mode, 
chart recorder output. 


AX-4462 


RECORDING ELECTRO-PHYSIOLOGICAL 

NERVE ACTIVITY 

Using a plug-in oscilloscope 

51 13/5A26/5A22N Low level mea- 
surements and storage. 


AX-3746 


INTERPRETING MECHANICAL MEASUREMENTS 
With the plug-in oscilloscope AX -3533-1 

51 1 1/5A22N/5A18N Transducer 
measurements and storage 


SIMULTANEOUS DISPLAY 
Of two independent X-Y signal pairs 

5111 /5A1 5/5A1 5N/5A1 8N. Dual X- 
Y techniques, engine analysis. 


AX-4114 


SIMULTANEOUS X-Y. Y-T DISPLAYS 
51 1 1/5A1 5N/5A1 5N/5B1 2N. 
X-Y, Y-T techniques. 

Bio- medical application 


AX-4113 


CUSTOM PLUG-IN IDEAS 
For 5000 Series Scopes 

Recommended starter note for cus- 
tomers considering custom plug-in 
project. 


AX-3758 


A HIGH RESOLUTION 
60 Hz notch filter 

Construction project using a com- 
mercial module in our plug-in kit. 
Preconditions signals by removing 
60 Hz hum. 


AX-4031 


A TRUE RMS CONVERTER 

Construction project using thermal 
true RMS converter module in our 
blank plug-in kit. Measures true 
RMS up to 200 V RMS. 


AX-4112 
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TdU' 10 MHz 

I Llrx DIGITAL STORAGE OSCILLOSCOPE 



5223 

[GPIBl 

IEEE-488 

The 5223 complies with IEEE Standard 488-1978, 
and with Tektronix Codes and Formats 
Standard 



Digital Storage (with 5B25N) 

10 MHz Bandwidth Repetitive Store 
100 kHz Bandwidth Single Shot Store 
Pre-trigger 

10 Bit Vertical Resolution 
Stored X versus Y Display 
Roll Mode 

X-Y Plotter Output with Penlift 



APPLICATIONS 



Mechanical Transducers 



Biophysical 

GPIB 



The TEKTRONIX 5223 Digitizing Oscilloscope is a 
digital storage instrument with a real-time 
bandwidth of 10 MHz The 5223 is capable of 
displaying real-time and stored waveforms simul- 
taneously (four real-time waveforms and four 
stored waveforms, if dual channel amplifier units 
are used); the real-time waveforms need not be 
related to the stored waveforms. Stored 
waveforms can be expanded vertically and hori- 
zontally up to a factor of 10, using front-panel 
controls. The left and right stored vertical signals 
can be displayed against each other in the X-Y 
mode, using the L vs R front-panel display func- 
tion. The roll mode is useful when viewing low- 
frequency signals. Rear-panel connectors provide 
access to the internal analog and control signals 
to record stored waveforms using associated 
equipment (e g., X-Y plotter). The 5223 accepts 
most 5000 Series Plug-in units; the flexibility of the 
plug-in feature, and variety of plug-in units avail- 
able, allows the system to be used for many 
measurement applications. 




Single- shot data can be captured and stored automatically 
without the operator s presence Pre trigger signal portion has 
an intensified trace for easy reference 



The digital storage functions 
can only be accessed or enabled 
by using the 5B25N Time Base 




DISPLAY and SAVE Functions 

The DISPLAY buttons allow the 5223 to digitize 
the signals originating from the corresponding 
vertical compartments (left and right) The 
digitized display is continuously updated as long 
as a triggered sweep occurs, or until the SAVE 
button is pushed The SAVE buttons freeze the 
memory contents Up to four channels may be 
displayed and saved simultaneously. 

L vs R Display 

This function will display the memory contents of 
the left compartment versus the right compart- 
ment The left defines the vertical axis and the 
right compartment defines the horizontal axis 
Since the X-Y display is from memory, the real- 
time sweep is still in the standard Y-time format 
and may be displayed simultaneously 

ROLL Display 

For continuous data stream monitoring of 
biomedical or low frequency events, Roll Mode 
digitizes the signal and displays the latest 




Up to four channels may be stored at a time either Single Shot 
or Repetitive 



acquired point at the right of the CRT while thej 
previous data moves from right to left The dis- 
play appears much like a strip chart recorder 
Available on the sweep range of 5 sec/div to 0 1 
sec/di v. 

VECTOR Display 

When selected, a continuous trace connects the*; 
discrete data points into a clear and comprehen 
sive display This eliminates perception problems 
of scattered data to reduce interpretation errors 

OUTPUT SAVED Displays 

When pressed, an analog output of the displayed 
saved waveforms is activated for driving conven- 
tional X-Y analog plotters. Pen lift is also provided 
and is activated before and after each waveform 
is output. Up to four waveforms may be output 

DISPLAY OUT SPEED Control (rear panel) 

This controls the X-Y plotter output speed to 
adjust for differences in plotter speeds and 
response. 




By pressing the L vs R button, the memory contents of one 
vertical compartment are displayed against that of the other 



208 








BUSINESS REPLY MAIL 

FIRST CLASS PERMIT NO. 1 BEAVERTON, OR 

POSTAGE WILL BE PAID BY ADDRESSEE 



NO POSTAGE 
NECESSARY 
IF MAILED 
IN THE 

UNITED STATES 



Tektronix, Inc. 

Attn: Fulfillment 

P.O. Box 1700 
Beaverton, Oregon 97075 



NO POSTAGE 
NECESSARY 
IF MAILED 
IN THE 

UNITED STATES 



BUSINESS REPLY MAIL 

FIRST CLASS PERMIT NO. 1 BEAVERTON. OR 
POSTAGE WILL BE PAID BY ADDRESSEE 



Tektronix, Inc. 

Attn: Fulfillment 

P.O. Box 1700 
Beaverton, Oregon 97075 



NO POSTAGE 
NECESSARY 
IF MAILED 
IN THE 

UNITED STATES 



BUSINESS REPLY MAIL 

FIRST CLASS PERMIT NO. 1 BEAVERTON, OR 
POSTAGE WILL BE PAID BY ADDRESSEE 



Tektronix, Inc. 

Attn: Fulfillment 

P.O. Box 1700 
Beaverton, Oregon 97075 



Please have a sales Representative contact me regarding 



My phone number is Ext 

Send me information on: 

□ 5D10 Waveform Digitizers for 5000 Series mainframes 

□ Computer Graphic Products 

□ GPIB Products 

□ Signal Processing Systems 

□ (Product) Applications 

□ Customer Training 

□ Tektronix Service Programs for Products 

□ Please drop me from your mail list 



Name Title 



Firm 




5010 Waveform Digitizer 



Address 

City 



State 

(Please type or print) 



Zip 



D551 



Tektronix 

COMMTTED TO EMZUfNCE 



Please have a Sales Re presentative contact me regarding 



My phone number is Ext 

Send me information on: 

□ 5D10 Waveform Digitizers for 5000 Series mainframes 

□ Computer Graphic Products 

□ GPIB Products 

□ Signal Processing Systems 

□ (Product) Applications 

□ Customer Training 

□ Tektronix Service Programs for Products 

□ Please drop me from your mail list 



Name Title 

Firm 




5D10 Waveform Digitizer 



Address 

City 



State 

(Please type or print) 



Zip 



D551 



Tektronix 

COMMTTTTD TO EXCELLENCE 



Please have a Sales Representative contact me regarding 



My phone number is Ext 

Send me information on: 

□ 5D10 Waveform Digitizers for 5000 Series mainframes 

□ Computer Graphic Products 

□ GPIB Products 

□ Signal Processing Systems 

□ (Product) Applications 

□ Customer Training 

□ Tektronix Service Programs for Products 

□ Please drop me from your mail list 



Name Title 

Firm 




5D10 Waveform Digitizer 



Address 



Tektronix 

COMMTTTED TT) EXTfLLFNCf 



City 



State 

(Please type or print) 



Zip 



D551 





TEK 



5000 

SERIES 



VERTICAL REAL TIME SYSTEM 

Channels — Two plug-in compartments, compatible with 5000 
Senes Plug-ins 

Mainframe Bandwidth — 10 MHz with 5A38. 5A45 or 5A48. 

Mainframe Step Response — 35 ns. 

Chop Mode — 100 chopped segments/division unexpanded 
with 5B25N Time Base 

Delay Line — Permits viewing leading edge of displayed 
waveform 

HORIZONTAL REAL TIME SYSTEM 

Channel — Single compartment compatible with 5000 Senes 
Time Bases and amplifiers 5B25N must be used in storage 
modes 

Fastest Calibrated Sweep Rate — 20 ns/div. 

X-Y Mode — <2° phase shift, dc to 20 kHz between either 
vertical compartment and horizontal compartment 

DIGITAL STORAGE (with 5B25N) 

Vertical Resolution — 10 bits (100 pts/div unexpanded). 
Display Memory Size — Ik points per vertical compartment, 
shared by multiple trace plug-ins 

Sample Rate — Maximum of 1 ^s/pt (1 MS/s). Actual sample 

rate depends on time base setting 

Fastest Single Shot Sweep Speed — 100 jiS/div. 

External Clock In — Maximum of 1 MS/s (1 jis/pt). TTL 
compatible 

Equivalent Time Bandwidth — 10 MHz 
Acquisition Window — ±4 divisions vertically and ±5 divi- 
sions horizontally from center screen 

Accuracy — Determined by plug-ins. Refer to plug-in 
specifications. 

X-Y — (Left vs right single channel mode only excluding 100 
jiS/division sweep range). Maximum of 5° phase shift between 
vertical compartments up to 10 MHz using two identical 5400 
Series vertical plug-ins 

MEMORY CONTROLS 

Display and Save — Controls for each vertical compartment 
X-Y (left vs right). Data Out. Roll. Vector Mode. Horizontal and 
Vertical positioning, and expansion (>10:1). 

Data Out — Analog voltage of stored signal 200 mV/div ± 5% 
Output rate variable with rear panel control. Pen lift available 
on rear panel (normally open). 

OUTPUT/INPUTS 
Plug-in Signal Outputs: 

Left Vertical, Right Vertical, Horizontal Compartments — 50 

mV/division ± 5% from 50 0. 

Left, Right Vertical Compartments — dc >10 MHz. horizon- 
tal compartment - dc >7 MHz. 

Time Base Gate — TTL compatible, positive going 
Remote Single Sweep Reset — Rear panel BNC closure to 
ground resets sweep 

External Z-Axis Input — Usable, dc >5 MHz Voltage swing 
of 5 volts will fully modulate beam dc >1 MHz Negative volt- 
age will blank trace. Maximum input voltage is 40 V (dc + peak 
ac) 

Calibrator: 

Voltage Output — Squarewave. positive going from ground 
Amplitude is 300 mV ±1%. 

Current Output -3 mA ±1% available through calibrator out- 
put with optional BNC to current loop adapter 

CRT AND DISPLAY FEATURES 

CRT — 8x10 divisions with 1.22 cm/div Internal illuminated 
graticule. 

Phosphor — P31 
Acceleration Potential — 15 kV 

Camera Power — Compatible with TEKTRONIX C-59 
Camera 



POWER REQUIREMENTS 

Line Voltage Range — 90-1 17 V. 102-132 V. 191-249 V, 204- 
250 V max 

Line Frequency — 48-62 Hz (48-440 Hz, Option 05). 

Max Power Consumption — 145 W at 120 V. 60 Hz. 

OPTIONS 

Option 05 Line Frequency Change (48-440 Hz) — Converts 
the R5223 to 48-440 Hz operation 

Option 1 0 GPIB Interlace — For I/O of stored waveforms and 
control of 5223 digital storage functions (except vert and honz 
expansion and position controls) Waveform output format is 
selectable through the interface for either BINARY or ASCII 

I/O Records — Waveforms 

Device Address — Selectable via rear panel switch. 

Talk /Listen — Full b<-direction transfer of waveforms plus re- 
mote manipulation of storage controls 
Talk Only — Continuous output of digitized waveform to maxi- 
mum sweep of 20 ms/div (dependent on other instruments on 
bus) 

Implemented Interlace Functions: 

SHI Complete Source Handshake 

AH1 Complete Acceptor Handshake 

T5 Talker Function 

L4 Listener Function 

SR 1 Complete Service Request Capability 

RL2 Remote/Local Capability 

DC 1 Complete Device Clear Capability 

PLUG-IN COMPATIBILITY 

All 5000 Senes Plug-ins are compatible in the standard oscillo- 
scope display mode The 5L4N. 5A18N. 5A26, 5A48 plug-ins 
may require modification for optimum use with digital storage 
operation. The 5A14N is not recommended for use in storage 
mode 



5B25N 




5B25N Digital Time Base 

The 5B25N is required with the 5223 to enable the 
digital functions and waveform acquisition. The 
5B25N combines the performance of a standard 
5B40 Time Base for real time displays and a cry- 
stal controlled clock to drive the digitizer Addi- 
tional features of the 5B25N aid in the triggering 
and acquisition signals to be stored. 



Pre-Trigger 

For viewing events which occur prior to the trig 
ger, a PRETRIGGER control is continuously vari- 
able from 0% to 100% of full screen An intensi- 
fied zone is generated which corresponds to the 
amount of pretrigger selected This intensified 
zone remains with the saved waveform Pre-trig- 
ger is available from 5 sec/div to 0.1 ms/div 

Possible Undersampling Indicator 

To aid in eliminating aliasing, an LED indicator illu- 
minates when the ratio of sampling frequency to 
trigger frequency is less than eight 

Bi-Slope Triggering 

Besides the standard positive and negative slope 
and level control, the 5B25N has Bi-Slope trigger- 
ing When selected, Bi-Slope will trigger on either 
a positive or negative slope and the threshold or 
sensitivity is controlled by the trigger level knob 
This eliminates the uncertainty of which slope to 
select, for example, in collision and destructive 
testing where a wrong guess could be costly 

Sampling Rate 

For single shot acquisition, the 5B25N has a maxi- 
mum sample rate of 1 MHz at 0.1 ms/div 

Repetitive Store 

For repetitive signals, the 5B25N controls the 
equivalent time sampling feature of the 5223 to 
allow digitizing from 50 /is/div to 0.2 ^s/div 

External Clock Input 

Clock-In pin jack allows the user to introduce an 
external sampling clock. Maximum input frequen- 
cy of 1 MHz, with TTL threshold, and 5 V peak 
input voltage 



DIGITIZER-RELATED FUNCTIONS 

(5223 Mainframe Only) 



Overall Speed Accuracy 
Of Digitized Signal— 
(Center 8 Div). 

Excluded portions first 
200 ns or 0.2 div of 
each waveform 


Digitized 

Waveform 


Digl 

Wav 

Relal 

Real 

Wav 

CAL 


Itized 
eform 
live To 
1-Time 
eform 
UNCAL 


2 and 5 s/div 


3% 


4% 


6% 


1 s-0.1 ms/div 


3% 


3% 


5% 


50 ms-0.2 MS/div 


3% 


3% 


3% 



See page 213 for details 



ORDERING INFORMATION 



5223 Digitizing Oscilloscope $4505 

R5223 Rackmount $4655 

Option 05 Line Freq change (R5223 only) Add $200 

Option 10 GPIB Interlace Add $500 

5B25N Time Base $725 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 
Option A1 Univeraal Euro 220 V/16A ................ No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 
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TCIZ 50 MHz 

I tZl\ GENERAL PURPOSE OSCILLOSOCPE 



5000 

SERIES 




5440/R5440 



Low Cost 



Dc to 50 MHz 



Sampling to 1 GHz 
CRT Readout 



3 Plug-in Flexibility 
Choice of 20 Plug-ins 
Bench to Rack Convertibility 



APPLICATION 



Electrical Engineering 
Component Testing 
Ultra Sonics 



The 5440 combines versatility and low cost in a 50 
MHz general-purpose, plug-in oscilloscope It fea- 
tures CRT readout of plug-in scale factors, a 3 
plug in mainframe, a choice of 20 plug-ins* and 
bench to rack convertibility. 

CRT readout displays plug-in scale factors on the 
CRT, so measurement time and operator errors 
are reduced by taking into account magnifiers 
and probe attenuators It can also be accessed 
externally. This unique ability can be used to read 
out dates, picture numbers, digital clock times, 
etc 

All the plug-ins in the 5000 Series are compatible 
with the 5440 ** 

The wide variety of plug-ins available lets you 
configure your oscilloscope to meet your needs 
today as well as tomorrow: from a single-trace, 
single time-base configuration for production 
monitoring, to 4-trace, delayed sweep for logic 
work, to 4-trace differential amplifiers for 
transducer measurements, to dual-trace, delayed 
sweep for general purpose measurements 

If you're looking for a general-purpose oscillo- 
scope, the 5440 gives you the most versatility and 
performance at the lowest price 

'Plug-ms with a suffix N (5B12N, etc.) do not provide CRT 
readout 

* * The 5B 1 ON and 5B 12N Time Bases do not permit viewing the 
leading edge of a triggered waveform when used in the 5400 
Senes 

VERTICAL SYSTEM 

Channels — Left and center plug-in compartments are com- 
patible with all 5000 Senes Rug-ms. CRT readout is not avail- 
able with plug-ins having a suffix N (5B10N. etc ). 

Deflection Factor — Determined by plug-in unit 
Bandwidth — 50 MHz, determined by plug-in unit. 

Chopped Mode — The 5440 will chop between channels at 
25 to 100 kHz, depending on plug-ins and operating modes 
Alternate Mode — Each amplifier plug-in is swept twice before 
switching to the next. A single-trace amplifier is swept twice 
and each channel of a dual-trace amplifier is swept once before 
the 5440 switches to the second amplifier 



HORIZONTAL SYSTEM 

Channel — Right-hand plug-in compartment compatible with 
all 5000 Series Plug-ins CRT readout is not available for plug- 
ins with a Suffix N. 

Internal Trigger Mode — Left vertical, center vertical. 

Fastest Calibrated Sweep Rate — 10 ns/div, determined by 
plug-in 

X-Y Mode — Phase shift within 2° from dc to 20 kHz 

CRT AND DISPLAY FEATURES 

CRT — Internal parallax-free 8 x 10 div (1.22 cm/div) graticule 
with edge-lit illumination 

Phosphor — P31 Standard, P7 or P1 1 optional. 

Accelerating Potential — 15 kV. 

External Intensity Input — + 5 V turns beam on from off con- 
dition -5 V turns beam off from on condition. Frequency 
range dc to 2 MHz Input R and C is 10 kit paralleled by == 40 
pF Max input is ± 50 V (dc + peak ac). 

OTHER CHARACTERISTICS 

Calibrator — Voltage amplitude is 400 mV within 1%. Current 
is 4 mA within 1%. Frequency is 2 times the line frequency 
Minimum Photographic Writing Speed — Using Polaroid film 
20.000 ASA without film fogging. Wnting speed can be in- 
creased with the TEKTRONIX Writing Speed Enhancer (see 
Camera section for more information). 



Writing Speed cm/jiS 


Camera 


Lens 


P31 Phosphor 


P11 Phosphor 






20.000 

ASA 


3000 

ASA 


20.000 

ASA 


3000 

ASA 






180 


90 


245 


125 


C-59P 


f/2.8 

0 67 mag 


330 


160 


450 


230 


C-50P 


f/1.9 
0.7 mag 



* Slight cropping of the graticule comers. 

** Requires optional battery pack (016-0270-02) for operation 
with the 5440 

Beam Finder — Intensifies trace and brings it into graticule 
areas 

Ambient Temperature — Performance characteristics valid 
from 0°C to +50° unless otherwise specified 
Line Voltage Range — 100, 1 10. 120, 200. 220. and 240 V ac 
± 10%; (Except that max input should not exceed 250 V ac) 
internally selected with quick change jumpers Line frequency 
range. 48 to 440 Hz. 

Max Power Consumption — 100 W at 120 V ac. 60 Hz. 



OPTIONS 

Option 01 Without CRT Readout — The 5440 may be ordered 
without CRT readout This feature can easily be added later 
with a conversion kit. 

Option 03 User Addressable CRT Readout — An additional 
CRT readout access is available for the operator to program 
two 10-digit characters such as time, operator name, or test 
number The additional display is useful for photographic re- 
cords and is programmed by external resistors and switches 
Option 04 Protective Panel Cover (Cabinet Model Only) — 
The 5440 may be ordered with a protective front-panel cover 
The cover protects the front panel and knobs during transpor- 
tation and storage. 

For Recommended Cameras — See Camera section, page 
316 



ORDERING INFORMATION 

(Plug-ins not included) 

The 5440 may be ordered as a cabinet-model os- 
cilloscope equipped with a tilt bail, or as a 5.25 in 
rackmount oscilloscope with slide-out assembly. 



5440 Oscilloscope $2390 

R5440 Oscilloscope (Rackmount) $2440 

OPTIONS 

Option 01 without CRT Readout Sub $300 

Option 03 User Addressable CRT Readout Add $75 

Option 04 Protective Panel Cover 

(Cabinet Model Only) Add $25 

Option 76 P7 Phosphor $35 

Option 78 P1 1 Phosphor $35 

CONVERSION KITS 

Cabinet-to-Rackmount, 040-0583-02 $200 

Rackmount-to-Cabinet, 040-0584-03 $125 

CRT Readout, 040-0691-01 $675 

INTERNATIONAL POWER CORDS AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 
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TPL/ 5000 

I cr\ SERIES 



50 MHz VARIABLE PERSISTENCE 
STORAGE OSCILLOSOCPE 



5441/R5441 



Low Cost 

Variable Persistence Storage 
CRT Readout 
Dc to 50 MHz 
3 Plug-in Flexibility 
20 Versatile Plug-ins 
Bench to Rack Convertibility 
5 div/jxs Stored Writing Speed 



APPLICATIONS 



Ultra Sonics 
Low Power Laser 
Fiber Optics 




With the 5441 Variable Persistence Storage Oscil- 
loscope. view time at normal intensity can be 
varied from a fraction of a second to more than 5 
minutes In the save mode, signals can be viewed 
at lower intensity for up to an hour 



VERTICAL SYSTEM 

Channels — Left and center plug-in compartments compatible 
with all 5000 Series Plug-ins. CRT readout not available for 
plug-ins with suffix N. 



High-speed events that occur only once or at very 
low repetition rates are easily observed. You can 
make low frequency measurements more easily 
and accurately by eliminating flicker or transform- 
ing a slowly moving dot into a stable display 
Repetitions of the same signal can be compared 
simultaneously to detect changes in amplitude or 
phase The integrating effect of variable persis- 
tence can be used to suppress the random noise 
that obscures low signal-to-noise ratio 
waveforms 



Deflection Fector — Determined by plug-in 

Bandwidth — 50 MHz. determined by plug-in 

Chopped Mode — The 5441 will chop between channels at 

= 25 KHz to 100 KHz. depending on plug-ins and operating 

modes 

Alternate Mode — Each plug-in is swept twice before switch- 
ing to the next A single-trace amplifier is swept twice and each 
channel of a dual-trace amplifier is swept once before the 5441 
switches to the second amplifier. 

HORIZONTAL SYSTEM 



The 5441 enhances the capabilities of the 5000 
Series Sampler and Spectrum Analyzer Plug-ins 
In sampling applications, discrete dot traces are 
converted into a continuous waveform by holding 
repeated sweeps on the CRT. 



Channel — Right-hand plug-in compartment compatible with 
all 5000 Series Plug-ins. CRT readout not available for plug-ms 
with suffix N. 

Internal Trigger Mode — Left vertical, right vertical 

Faatest Calibrated Sweep Rate — 10 ns/div. determined by 
plugin 



In spectrum analysis, slow scan rates are used to 
maximize resolution With the 5441. it is easy to 
display a full-scan pattern simultaneously even 
when the scan rate yields full-scale periods of 
more than a second. 

Like other 5400 Series Oscilloscopes, the 5441 
offers CRT readout of deflection factors for con- 
venient. error-free measurements and optional 
user-programmable CRT readout of test informa- 
tion for ready identification and easy photograph- 
ic recording With the flexibility of a 3 plug-in 
mainframe and a choice of 20 plug-ins, you can 
make virtually any measurement from dc to 50 
MHz 



X-Y Mode — Phase shift within 2° from dc to 20 KHz 

CRT AND DISPLAY FEATURES 

CRT — Internal parallax free 8 x 10 div (0 9 cm/div) graticule with 
edge lit illumination 

Persistence — Continuously variable, may be turned off when 
not needed thus producing high-contrast stored displays without 
the characteristic fading of variable persistence 

Phosphor — P31 
Accelerating Potential — 8 5 KV 

Max Stored Writing Speed — Writing speed greater than 5 
div/jis for a view time of 15 s 

Storage View Time — The view time is the amount of time the 
stored signal can be viewed before it fades away 
At the max writing speed the view time is 15 seconds or 0 25 
minutes with the wntmg speed control fully cw Adjusting the 
stored intensity ccw will reduce the stored writing speed, but view 
time can be increased up to 5 minutes (see the chart next 
column) 



Sava Mode — Extends view time of stored displays up to 1 hr. 
prevents erasure of stored display and storage of unwanted 
displays 



Erase Time — 0 5 s ± 10% 




0 1 1.0 5.0 

STORED WRITING SPEED 
(dhr/*js at Maximum Par* It lane* ) 



External Intensity Input — +5 V turns beam on from off condi 
ton —5 V turns beam off from on condition Dc to 2 MHz usable 
frequency range Input R and C <= 10 Kfl paralleled by =40 pF 
Max input 50 V (dc -*- peak ac) 

OTHER CHARACTERISTICS 

Beam Finder — Intensifies trace and brings it into graticule area 
Auto Focus — Reduces the need for manual focusing with 
changes m intensity after the front-panel FOCUS control has beon 
set 

Calibrator — Voltage amplitude 400 mV ±1% Current ampli 
tude 4 mA ±1% Frequency is 2 times line frequency 
Ambient Temperature — Performance characteristics valid 
from 0°C to +50°C unless otherwise specified 
Line Voltage Ranges — 100, 110. 120. 200. 220, and 240 V ac 
± 10%. (Except that max input should not exceed 250 V ac ) inter- 
nally selected with quick change jumpers Line frequency range 
48 to 440 Hz 

Max Power Consumption — 100 W at 120 V ac. 60 Hz 

OPTIONS 

Option 01 without CRT Readout — The 5441 may be ordered 
without CRT readout This feature can easily be added later with a 
conversion Kit 

Option 03 User Addressable CRT Readout — CRT readout 
access allows the operator to program up to two 10 digit words 
Option 04 Protective Panel Cover (Cabinet Model Only) — 

The 5441 may be ordered with a protective front panel cover The 
cover protects the front panel and knobs during transportation 
and storage 

For Recommended Cameras — See Camera section page 
316 



ORDERING INFORMATION 

(Plug-ins not Included) 



5441 Oscilloscope $4060 

R5441 Oscilloscope (Rackmount) $4125 

OPTIONS 

Option 01 without CRT Readout Sub $300 

Option 03 User Addressable CRT Readout Add $75 

Option 04 Protective Panel Cover 

(Cabinet Model Only) Add $25 

CONVERSION KITS 

Cabinet-to-Rackmount, 040-0583-02 $200 

Rackmount-to-Cabinet, 040-0584-03 $125 

CRT Readout. 040-0691-01 $875 

INTERNATIONAL POWER CORDS & PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



TCU' DUAL trace amplifiers 

I Cf\ TIME BASE 



5000 

SERIES 



5A38 




TtraoMM f AM DUAL TRACS 



Dc to 35 MHz 

5A38 Dual-trace Amplifier 
Low Cost 



Dc to 35 MHz Bandwidth 

10 mV/div to 10 V/div Calibrated 
Deflection Factors 



The 5A38 is a dual-trace, 35 MHz plug-in amplifier 
for use only in the 5223 and the 5400 Series 
Mainframes It features 10 mV/div sensitivity and 
CRT readout of deflection factor.* 

Bandwidth — Dc coupled, to >35 MHz. Lower end response, 
ac coupled. <10 Hz. 

Display Modes — Channel 1 only. Channel 2 only (normal or 
inverted). Dual-trace, and Added Alternated or chopped oper- 
ation determined by time base plug-in Internal trigger selecta- 
ble from Channel 1 or Channel 2. 

Rise Time — <10 ns. 

Deflection Factors — Calibrated deflection factors from 10 
mV/div to 10 V/div in a 1-2-5 sequence. Accuracy <3% from 
15°C to 35°C. 4% from 0°C to 50 °C A continuously variable 
control provides >2 5X additional attenuation on each range 
Common-Mode Rejection Ratio — >50 1 up to 1 MHz 
Channel Isolation — >501 to 35 MHz with both traces 
displayed 

Input R and C — 1 MU shunted by as 20 pF 
Max Input Voltage — Dc coupled, 250 V (dc -r peak ac). ac 
coupled 500 V (dc -f peak ac) Ac component 500 V p-p max at 1 
kHz or less 

Stability — <0 3 mV vertical shift m any one minute after one 
hour warm up. ambient temperature and line voltage held con- 
stant <0 2 mV °C vertical shift with line voltage held constant 



•CRT readout not functional in 5223. 



5A48 




Dc to 50 MHz 

5A48 Dual-trace Amplifier 

Dc to 50 MHz Bandwidth 

1 mV/div to 10 V/div Calibrated 
Deflection Factors 



The 5A48 is a dual-trace 50 MHz plug-in amplifier 
for use only in the 5223 and the 5400 Series 
Mainframes The 5A48 features five operating 
modes, selectable trigger source, and CRT 
readout of deflection factor.* 

Bandwidth — Dc coupled, dc to at least 50 MHz at 5 mV/div to 
10 V/div. decreasing to dc to 25 MHz at 1 mV/div and 2 mV/div 
(3 dB down). Ac coupled. 10 Hz or less (10 Hz with a 10X 
probe) at all deflection factors (3 dB down). 

Display Modes — Channel 1 only. Channel 2 only (normal or 
inverted). Dual-trace. Added. Alternated. Chopped (determined 
by time-base plug-in horizontal compartment). Internal trigger 
source is selectable from Channel 1 or Channel 2. 

Rise Time — 7 ns or less (5 mV/div to 10 V/div). 14 ns or less 
(1 mV/div and 2 mV/div). 

Deflection Factors — Calibrated deflection factors from 1 
mV/div to 10 V/div In a 1-2-5 sequence Accuracy <5% at 1 
mV/div and 2 mV/div. <3% from 5 mV/div to 10 V/div from 
15°C to 35°C, <4% from 5 mV/div to 10 V/div from 0°C to 
50 # C. A continuously variable control provides >2.5X addi- 
tonal attenuation on each range 

Common-Mode Rejection Ratio — >50:1 from 5 mV/div to 
10 V/div. up to 1 MHz >20:1 from 1 mV/div to 2 mV/div. up to 
1 MHz 

Input RAC — 1 MU within 1%, = 24 pF 
Max Input Voltage — Dc coupled. 250 V (dc ■+ peak ac ac 
coupled. 500 V (dc + peak ac) Ac component 500 V p-p max, 
1 kHz or less 

Stability — <0.3 mV vertical shift in any one minute after one 
hour warm-up. ambient temperature and line voltage held con- 
stant. <0 2 mV/°C vertical shift with line voltage held 
constant 



•CRT readout not functional in 5223. 

For recommended probes — refer to page 206. 



5B40 




Time Base 

5B40 Time Base 



Low Cost 

10 ns/div to 5 s/div 
Calibrated Time Base 

Triggering to 50 MHz 



The 5B40 Time Base is designed for use only in 
5400 Series Mainframes. It features sweep rates 
from 10 ns/div to 5 s/div and CRT readout of the 
sweep rate selected 

Sweep Rate — 0.1 jiS/div to 5 s/div in 24 calibrated steps (1-2- 
5 sequence). 10 ns/div is fastest sweep rate obtained with XI 0 
magnifier Uncalibrated, continuously variable between steps 
and up to 12.5 s/div. 



Sweep Accuracy — Measured in 5400 Series Oscilloscope 
over center 8 graticule divisions Valid for 100 div of magnified 
sweep after the first 30 ns. 



Tlme/Div 


Unmagnified 


Magnified 




*f 15°C to 
+ 35°C 


0°C to 
+ 50°C 


+ 15°C to 
+ 35°C 


0°C to 
+ 50°C 


1 s/div to 
0.5 /zs/div 


3% 


4% 


4% 


5.5% 


5 s/div and 
2 s/div, 










0.2 /zs/div 
and 

0.1 /zs/div 


4% 


5% 


5% 


6.5% 



TRIGGERING 



Coupling 


Frequency 

Range 


Minimunr 

Reqi 


i Signal 
ired 






Int 


Ext 


Dc 


Dc to 10 MHz 
10 MHz to 
60 MHz 


0.4 div 
1.0 div 


60 mV 
150 mV 


Ac 


Trigger requirements increase 
below 50 Hz. 


Lf Rej 


Trigger requirements increase 
below 7.5 kHz. 


Hf Rej 


Trigger requirements increase 
above 50 kHz. 



Single Sweep — Triggering requirements are the same as nor- 
mal sweep When triggered, sweep generator produces only 
one sweep 

External Trigger Input — Max input voltage is 350 V dc + 
peak ac. 350 V p-p ac at <1 kHz. Input R and C is 1 MU 
paralleled by =24 pF Trigger level range is > ± 1.5 V. 
External Horizontal Input — Deflection factor is 50 mV/div 
± 3%. Input R and C is 1 MU paralleled by =24 pF Dc coupled 
bandwidth is dc to <2 MHz. The ac coupled lower response is 
<50 Hz Max input voltage is 350 V (dc + peak ac) or 350 V p- 
p ac at <1 kHz. 
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TPU' 5000 

I Ll\ SERIES 



TIME 

BASES 



5B42 Delaying Time Base 



10 ns/div to 5 s/div Calibrated Time Base 



Single-Sweep Operation 
Triggering to 50 MHz 



The 5B42 Delaying Time Base is designed for use 
in 5400 Series Mainframes The 5B42 is designed 
so that the user may easily operate the time base 
in the many applications where delayed sweep 
and sweep rates up to 10 ns/div are required 

The 5B42 also features CRT readout and an 
edge-lighted seconds/div selector switch. 

Sweep Rat* — 0.1 MS/div to 5 s/div in 24 calibrated steps (1-2- 
5 sequence) 10 ns/div is the fastest calibrated sweep rate ob- 
tained with XI 0 magnifier Uncalibrated, continuously variable 
between steps and to 12.5 s/div. 

Sweep Accuracy — Measured over the center 8 div. Same as 
5B40 See chart in left column. 



TRIGGERING 



Coupling 


Frequency 

Range 


Minimum 

Signal 

Required 


Dc 5400 ampl 
5400 ampl 
5100 ampl 


Dc to 10 MHz 
10 MHz to 60 MHz 
Dc to 2 MHz 


Int 

0.4 div 
1.0 div 
0.4 div 


Ext 

100 mV 
400 mV 
100 mV 


Ac 


Requirements increase 
below 50 Hz. 


Ac Lf Rejection 


Requirements increase 
below 7.5 kHz. 



Single Sweep — Triggering requirements are the same as nor- 
mal sweep. When triggered, sweep generator produces one 

sweep 

External Trigger Input — Max input voltage is 350 V (dc + 
peak ac). 350 V p-p ac at 1 kHz or less. Input R and C is 1 Mtl 
within 2%. ^20 pF. Trigger level range is at least ±2.5 V. 

DELAYING SWEEP CHARACTERISTICS 
Delay Time Multiplier Range — 0.2 to 10 times the TIME/DIV 
setting. 

Differential Time Measurement Accuracy — Within 1% plus 
0.2% of full scale from 1 ns to 0.5 s delay time. Within 2% plus 
0.2% of full scale of 1 s to 5 s delay time 
Jitter — <0.05% of the time represented by one div of delay- 
ing sweep selected 

DELAYED SWEEP 

Sweep Rate — 0.1 MS/div to 0.5 s/div in 21 calibrated steps (1- 
2-5 sequence) 10 ns/div is the fastest calibrated sweep rate 
obtained with the X10 magnifier. 

Sweep Accuracy — Measured over the center 8 div. Same as 
undelayed sweep. See chart at left. 





TRIGGERING 




Coupling 


Frequency 

Range 


Min Signal 
Required 






Int 


Dc 5400 ampl 


Dc to 10 MHz 


0.4 div 


5400 ampl 


10 MHz to 60 MHz 


1.0 div 


5100 


Dc to 2 MHz 


0.4 div 



EXTERNAL HORIZONTAL INPUT 
Deflection Factor — 50 mV/div within 3%. 

Bandwidth — Dc coupled, dc to at least 2 MHz. Ac coupled. 
50 Hz or less to at least 2 MHz. 



5B42 




Delaying Time Base 



5B25N Digital Time Base 



Bi-Slope Triggering 



20 ns/div to 5 s/div Calibrated Time Base 



Triggering to 15 MHz 



The 5B25N is designed specifically for use in the 
5223 Digital Storage Oscilloscope. PRETRIGGER 
is only available with the 5223 (see page 208) 
However, the standard analog sweep features in- 
cluding Bi-Slope Triggering and X10 MAG are 
compatible with 5400 Series Mainframes 

CHARACTERISTICS 

Bl-SLOPE TRIGGERING 

Besides the standard positive and negative slope and level 
control, the 5B25N has Bi-Slope tnggenng When selected. Bi- 
Slope will trigger on either a positive or negative slope and the 
threshold or sensitivity is controlled by the trigger level knob. 
This eliminates the uncertainty of which slope is select, for ex- 
ample. in collision and destructive testing where a wrong guess 
could be costly. 

Modes — Auto, Normal. Single Sweep. 

Single Sweep — Tnggenng requirements are the same as nor- 
mal sweep When triggered, sweep generator produces only 
one sweep 

External Trigger Input — Max input voltage is 350 V-peak 
Input R and C is 1 MW paralleled by %24 pF. 

External Horizontal Input — Deflection factor is 50 mV/div 
± 3%. Dc coupled bandwidth is dc to 2 MHz 
Sweep Rate — 0.2 **s/div to 5 s/div in 24 calibrated steps (1-2- 
5 sequence) 20 ns/div is fastest sweep rate obtained with X10 
magnifier. Uncalibrated. continuously variable between steps 
and up to 12.5 s/div. 

Sweep Accuracy — Measured in 5400 Senes Oscilloscope 
over center 8 graticule divisions. Valid for 100 div of magnified 
sweep after the first 30 ns. 



Time/Div 


Unmagnified 


Magnified 




+ 15°C to 
+ 35°C 


0°C to 
+ 50°C 


+ 15°C to 
+ 35°C 


0°C to 
+ 50°C 


1 s/div to 
0.2 /xs/div 


3% 


4% 


4% 


5% 


5 s/div and 
2 s/div 


4% 


5% 


5% 


6% 



5B25N 




Digitizer Time Base/Amplifier 



TRIGGERING 



Slope 


Frequency 

Range 


Minimum 

Requ 

Int 


i Signal 
ired 

Ext 


+ or — 


Dc to 1 MHz 
1 MHz to 15 MHz 


0.4 div 
0.6 div 


50 mV 
200 mV 


± 

(Bi-Slope) 


DC’ to 1 MHz 


±0.5 div 


±50 mV 



’30 Hz when ac coupled. 



5B25N CHARACTERISTICS 
WHEN USED WITH THE 5223 MAINFRAME 

PRE-TRIGGER 

For viewing events which occur prior to the trigger, a PRE- 
TRIGGER control is continuously vanable from 0% to 100% of 
full screen. An intensified zone is generated which corresponds 
to the amount of pretrigger selected. This intensified zone re- 
mains with the saved waveform. Pre-trigger is available from 5 
s/div to 0.1 ms/div. 

SAMPLING RATE 

For single shot acquisition, the 5B25N has a maximum sample 
rate of 1 MHz at 0.1 ms/div (only when used with 5223). 

REPETITIVE STORE 

For repetitive signals, the 5B25N controls the equivalent time 
sampling feature of the 5223 to allow digitizing from 50 *is/div 
to 0.2 *is/div. 

EXTERNAL CLOCK INPUT 

Clock-In pm jack allows the user to introduce an external sam- 
pling clock. Maximum input frequency of 1 MHz. with TTL 
threshold, and 5 V peak input voltage 
Digitizer-Related Functions 
(6223 Mainframe Only) 



Overall Speed Accuracy 
Of Digitized Signal— 

(Center 8 Div). Excluded 
Portions: First 200 ns or 
0.2 Div of Each Waveform 


Digitized 

Waveform 


Digi 

Wav 

Relal 

Real 

Wav 

CAL 


tized 
eform 
live To 
-Time 
eform 

UNCAL 


2 and 5 s/div 


3% 


4% 


6% 


1 s - 0.1 ms/div 


3% 


3% 


5% 


50 as - 0.2 AS/div 


3% 


3% 


3% 



ORDERING INFORMATION 



5B25N Digital Time $725 

5B42 Delaying Time Base $1110 

5A38 Dual-Trace Amplifier $585 

5B40 Time Base $600 

5A48 Dual-Trace Amplifier $860 




TCI/’ 2 MHz SINGLE-BEAM, DUAL-BEAM 
I LIN AND STORAGE OSCILLOSCOPES 



5100 Series Oscilloscopes 

Low Cost 

Dc to 2 MHz 

Sampling to 1 GHz 

Choice of 15 Plug-ins 

Rear Panel Signal Outputs Optional 



COMMON CHARACTERISTICS 

for 5110. 5111, 5113, 5115 
unless otherwise specified 
VERTICAL SYSTEM 

Channels — Left and center plug-in compartments compatible 
with all 5100 Series Plug-ins. 

Deflection Factor — Determined by plug-in. 

Bandwidth — 2 MHz. determined by plug-in. 

Chopped Mode — (5110.5111.511 5) The mainframe vertical 
amplifier will chop between left and center plug-in compart- 
ments. and/or between two or more amplifier channels. The 
total time segment per channel is a=5 ns. consisting of *=3 us 
displayed. =*2 *is blanked Chop or alternate mode is selected 
at the time base unit. 

Chopped Mode — (5113) The left and right mainframe vertical 
amplifiers are dedicated to the left and center plug-in compart- 
ments Each mainframe vertical amplifier will chop between two 
or more channels in their associated plug-in compartments No 
channel switching is necessary between left and center plug-in 
compartments The total time segment per channel is -5 #is. 
consisting of 3 »s displayed. %2 «is blanked Chop or alternate 
mode is selected at the time base unit. 

Alternate Mode — (51 1 0. 51 1 1 . 51 1 5) Each amplifier plug-in is 
swept twice before switching to the next. A single-trace amplifi- 
er is swept twice and each channel of a dual-trace amplifier is 
swept once before switching to the second amplifier. 

Alternate Mode — (5113) Single-trace amplifiers are swept full 
time. Each channel of a multitrace amplifier is swept once be- 
fore switching to the next channel. No channel switching is 
necessary between left and center plug-in compartments. 

HORIZONTAL SYSTEM 

Channel — Right-hand plug-m compartment compatible with 
all 5100 Series Plug-ins 

Fastest Calibrated Sweep Rate — 0.1 jiS/div (XI 0 mag) with 
5B10N or 5B12N. 

X-Y Mode — Phase shift within 1 0 from dc to 100 kHz. 







OTHER CHARACTERISTICS 

Ambient Temperature — Performance characteristics valid 
from 0°C + 50 # C. 

Line Voltage Ranges — 100. 110. 120. 200. 220. and 240 V 
ac t l0°o (except that max input should not exceed 250 V ac). 
Internally selected with quick change jumpers. Line frequency 
range. 48 to 440 Hz. 

Typical Power Consumption — For 51 10. 53 W. For 51 1 1 . 74 
W For 5113. 88 W. For 5115. 74 W 

External Intensity Input — +5V turns beam on from off con- 
dition. -5 V turns beam off from on condition Frequency 
range dc to 1 MHz. Input R and C is =*10 kit paralleled by %40 
pF Max input ± 50 V (dc + peak ac.) 

Calibrator — Voltage output 400 mV within 1%. Current out- 
put (loop) 4 mA within 1%. Frequency is 2 times line frequency 
Beam Finder — Positions beam on screen regardless of verti- 
cal and horizontal position control settings. 
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Single Beam 



5110 



Lowest Cost Single-beam Nonstorage 
Oscilloscope with Plug-in Configurability 

8 Channels at 1 mV/div, 4 Channels at 
50 mV/ div, 2 Channels at 10 MV/div, 
with Appropriate Amplifiers 



The 5110 is a single-beam nonstorage oscillo- 
scope featuring a large 1 .27 cm/div diagonal (6.5 
in) CRT. 

Tailor your measurement needs with the appropri- 
ate plug-in units to obtain high-gain differential 
(10 MV/div), four channel differential at 50 mV/ div, 
eight-channel displays at 1 mV/div. Or choose 
from our extra low cost basic amplifier and time- 
base plug-ins to suit the special needs of educa- 
tion and industry. 

When using two amplifiers and a dual time-base 
plug-in in the dual-sweep mode, the sweeps are 
slaved to the amplifiers 

CRT AND DISPLAY FEATURES 

CRT — Internal 8 x 10 div (1.27 cm/div) parallax-free, non- 
illuminated graticule.* 

Accelerating Potential — 3.5 kV. 

Phosphor — P31 standard. P7 or P11 optional. 

‘Illuminated graticule available at extra cost. 



CRT Readout as shown above, is generated via the new 
5D10 Waveform Digitizer, expected to be available in the 
second quarter of 1982. For more information, fill out the 
request card in this catalog. 




Single Bistable Beam Storage 



5111 



Single-beam Storage Oscilloscope 

Bistable, Split-screen Display 

Stored Writing Speed 5*20 div/ms 

Storage View Time up to 10 hrs at 
Reduced Intensity 



The 5111 is a single-beam, split-screen, bistable 
storage oscilloscope with a large-screen, 1.27 
cm/div diagonal (6.5 in) display 

The 5111 extends measurement capability into 
areas requiring retention of single and multitrace 
displays for long-term examination and/or 
photography 

The 5111 is particularly useful for recording low 
and medium speed displays like those found in 
audio spectrum analysis, semiconductor curve 
tracing, sampling, vibration analysis, and the bio- 
physical sciences 

When using two amplifiers and a dual time-base 
plug-in in the dual-sweep mode, the sweeps are 
slaved to the amplifiers 

CRT AND DISPLAY FEATURES 

CRT — Internal 8 x 10 div (1.27 cm/div) parallax-free, non- 
illummated graticule * 

Accelerating Potential — 3.5 kV. 

Phosphor — Similar to PI . 

Max Stored Writing Speed — At least 20 div/ms. 

Storage View Time — At least 1 hr at normal intensity; up to 
10 hr at reduced intensity, after which time it may be increased 
to original level 
Erase Time — ^ 250 ms. 





TEK 
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Dual-beam Bistable Storage 




Single-beam Bistable Storage 



5113 



5115 



OPTION 07: 5100 SERIES 
REAR PANEL SIGNAL OUTPUTS 
Left and Center Compartments — Two BNC connectors pro- 
vide access to the CRT related signals from the left and center 
plug-in amplifiers Sensitivity 0 5 V/CRT division Output im- 
pedance 1 kit. 

Right Compartment (Sweep) — One BNC connector provides 
access to the CRT - related sweep waveform Sensitivity 0 5 
V/CRT division, positive-going sawtooth. >5 V Output Imped- 
ance 1 kit. 

Right Compartment (Gate) — One BNC connector provides 
access to TTL compatible gate Positive-going, coincident with 
displayed sweep 

X-Y Mode — CRT-related X-Y signals are available at the ap- 
propriate rear panel connectors when amplifier plug-ins are 
used m either the left or center compartment and the right com- 
partment to display X-Y information Sensitivity (X-Y) 0 5 
V/CRT division 



ORDERING INFORMATION 

(Plug-ins not Included) 



Cabinet Models 

5110 Oscilloscope $1300 

5111 Oscilloscope $2100 

5113 Oscilloscope $2970 

5115 Oscilloscope $2235 



Dual-beam Bistable Storage Oscilloscope 

Two Independent Vertical Systems 

Can Display Two Single-shot Signals 
without Timesharing, or up to Eight 
Signals in the Chop Mode 

Split-screen Storage. Stored Writing Speed 
>20 div/ms. 



The 5113 is a dual-beam bistable storage oscillo- 
scope featuring easy-to-use split-screen storage 
Stored writing speed is at least 20 div/ms. View 
time is at least 1 hour at normal intensity and can 
be increased to 10 hours at reduced intensity. 

The 5113 can display two simultaneous events, 
either single-shot or repetitive, against a common 
time base within the bandwidth and wnting rate 
limits of the system Both beams are driven by 
one set of horizontal deflection plates 

The 5113 is particularly useful in biomedical re- 
search where low-repetition-rate stimulus/re- 
sponse potentials need to be observed and 
recorded 

CRT AND DISPLAY FEATURES 

CRT — Internal 8 x 10 div (1.27 cm/div) parallax-free, non- 
Hluminated graticule.* 

Accelerating Potential — 3 5 kV 

Phosphor — Similar to PI 

Max Stored Wnting Speed — At least 20 div/ms. 

Storage View Time — At least 1 hr at normal intensity, up to 
10 hr at reduced intensity, after which time it may be increased 
to original level 

Erase Time — - 250 ms. 

* Illuminated graticule available at extra cost. 



Single-beam Bistable Storage Oscilloscope 

Fastest Stored Writing Speed in the 5100 
Series Line: 

>200 div/ms in Normal-Mode 
5*800 div/ms in Enhanced Mode 

Storage View Time up to 10 hrs at Reduced 
Intensity 



The 5115 is a single-beam bistable storage oscil- 
loscope with a writing speed of at least 200 
div/ms in the normal-mode and 800 div/ms 
(>1000 cm/ms) in the enhanced mode Storage 
view time is at least 1 hour at normal intensity. A 
variable brightness control allows the storage 
time to be extended to at least 10 hours at re- 
duced intensity, after which time intensity may be 
increased to original level Variable brightness 
also gives optimum photographic results and al- 
lows for the integration of multiple traces. 

The 5115 is useful in a wide variety of fields, in- 
cluding education, biophysical engineering, com- 
ponent testing, and industrial electronics. 

When using two amplifiers and a dual time-base 
plug-in in the dual-sweep mode, the sweeps are 
slaved to the amplifiers 

CRT AND DISPLAY FEATURES 

CRT — Internal 8 x 10 div (1.27 cm/div) parallax-free, non- 
illummated graticule * 

Accelerating Potential — 3.5 kV 
Phosphor — Similar to Pi. 

Max Stored Writing Speed — At least 200 div/ms in the nor- 
mal-mode and 800 div/ms in the enhanced mode 
Storage View Time — At least 1 hr at normal intensity, up to 
10 hr at reduced intensity, after which time it may be increased 
to original level 
Erase Time — =250 ms. 



Rackmount Models 

R51 10 Oscilloscope $1350 

R5111 Oscilloscope $2150 

R51 13 Oscilloscope $3035 

R51 15 Oscilloscope $2290 



OPTIONS 

Option 02 Protective Panel Cover (Cabinet Models Only) — 

The cover protects the front panel and knobs during transpor- 



tation and storage Add $25 

Option 07 Add Rear Panel Signals Out (All 

Models) Add $75 

Option 76 P7 Phosphor (51 10. R51 10 Only) Add $35 

Option 78 P1 1 Phosphor (51 10, R51 10 Only) Add $35 

CONVERSION KITS 
Cabinet-to-Rackmount Conversion Kit, 

040-0583-02 .. $200 

Rackmount-to-Cabmet Conversion Kit, 

040-0584-03 $125 

Protective Panel Cover Kit, 

040-0620-00 $40 

Rear Panel Signal Outputs 
Conversion Kit (Option 07) 

040-0915-01 $155 

INTERNATIONAL POWER CORDS & PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



For Recommended Cameras — See Camera section, page 
316 
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5000 

SERIES 



5A14N 



iyg?i , “'* 1 




Four Trace Dc to 1 MHz 



5A14N Amplifier 



1 mV/div to 5 V/div 



The 5A14N Four Trace Amplifier features simpli- 
fied front-panel controls and can be used in any 
5000 Series Mainframe. 

5A14N operating modes are: each channel sepa- 
rately, and alternated or chopped between any 
combination of channels. Internal trigger is avail- 
able from channel one only. 

CHARACTERISTICS 

Bandwidth — Dc coupled, dc to at least 1 MHz at all deflection 
factors Ac coupled. 2 Hz or less to at least 1 MHz at all deflec- 
tion factors 

Deflection Factor — 1 mV/div to 5 V/div to 1 2 calibrated steps 
(1-2-5 sequence) Accuracy is within 2%. Uncalibrated. continu- 
ously variable between calibrated steps and 12.5 V/div. 

Input R and C — 1 MU within 1%, = 47 pF. 

Max Input — Dc coupled. 350 V (dc + peak ac). Ac coupled. 
350 V dc. 

Chopping Rate — 25 kHz to 100 kHz depending upon plug-in 
combinations and number of traces displayed 



5A15N 



MVUT 




tAISN AMPLIMtH 



Single Trace Dc to 2 MHz 
5A15N Amplifier 



1 mV/div to 5 V/div 



The 5A15N Single Trace Amplifier features easy 
to use front-panel controls and can be used in 
many 5000 Series Mainframe. 

Two 5A15Ns (one must be located in the right-hand compart- 
ment) provide versatile X-Y operation when used in a 5100 
Series Mainframe. 

CHARACTERISTICS 

Bandwidth — Dc coupled, dc to at least 1 MHz at all deflection 
factors. Ac coupled. 2 Hz or less to at least 2 MHz at all deflec- 
tion factors 

Deflection Factor — 1 mV/div to 5 V/div in 1 2 calibrated steps 
(1-2-5 sequence) Accuracy is within 2%. Uncalibrated. continu- 
ously variable between calibrated steps and to 12.5 V/div. 
Input R and C — 1 MU within 1%, = 47 pF. 

Max Input — Dc coupled. 350 V (dc + peak ac). Ac coupled. 
350 V dc 



5A24N 




Single Trace Dc to 2 MHz 

5A24N Amplifier 



50 mV/div to 1 V/div Deflection Factors 



Easy to Customize 



The 5A24N is a low cost utility plug-in providing 
direct access to either the vertical or horizontal 
deflection system of the 5000 Series Mainframes 
It contains mode switching, CRT beam position- 
ing, trigger pickoff for basic measurements, and 
a built-in 3 3/8 x 2 3/4 inch soldering pad matrix 
for use by the customers who wish to build their 
own input circuits for special applications. Cus- 
tomer-built circuits are powered through the cir- 
cuit board which provides access to all 
mainframe power supplies 

CHARACTERISTICS 

Bandwidth — Dc coupled, dc to at least 2 MHz at 50 mV/div. 
decreasing to dc to 200 kHz at mid-attenuator range Ac coup- 
led. 25 Hz to at least 2 MHz at 50 mV/div. decreasing to 25 Hz 
to 200 kHz at mid-attenuator range. Uncompensated input. 
Deflection Factor — 50 mV/div. accurate within 3%. Continu- 
ously variable, uncalibrated from 50 mV/div to at least 1 V/div. 
Input R and C — % 100 kit. =30 pF 
Max Input — 50 volts (dc + peak ac). 



ORDERING INFORMATION 

5A14N Four Trace Amplifier $1270 

5A15N Single Trace Amplifier $300 

5A24N Single Trace Amplifier $160 




216 



For recomended probes— refer to page 206. 
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DUAL-TRACE AMPLIFIER 
DUAL-TRACE WAVEFORM DIGITIZER 



5A18N 




n«iRowt • MUM DUAL TRACI AMPL 



Dual Trace Dc to 2 MHz 
5A18N Amplifier 



1 mV/div to 5 V/div 



The 5A18N Dual Trace Amplifier features easy to 
use front-panel controls and can be used in any 
5000 Series Mainframe 

5A18N operating modes include channel one or 
two only, channels one and two added, channel 
two inverted and channel one alternated or 
chopped with channel two. Internal trigger source 
is selectable from channel one and channel two 
CHARACTERISTICS 

Bandwidth — Dc coupled, dc to at least 2 MHz at all deflection 
factors Ac coupled. 2 Hz or less to at least 2 MHz at all deflec- 
tion factors 

Deflection Factor — 1 mV/div to 5 V/div in 12 calibrated steps 
(1-2-5 sequence) Accuracy is within 2%. Uncalibrated. continu- 
ously variable between calibrated steps and to 12.5 V/div. 
Input R and C — 1 M12 within 1% =i47 pF 
Max Input — Dc coupled. 350 V (dc + peak ac) Ac coupled. 
350 V dc 

Chopping Rate — 25 kHz to 100 kHz to 100 kHz depending 
upon plug-in combinations and number of traces displayed 

Order 5A18N Dual Trace Amplifier $630 



5D10 



• Dll WAVEFORM DIGITIZER 





Waveform Digitizer 



gp 

5D10 Waveform Digitizer 



Dual Channel Digital Waveform Storage 

CRT Scale Factor Readout 

Two Cursors for Point to Point 
Measurements 

Pre-Trigger Viewing 

Roll Mode 



X-Y Display 
Analog Plotter Output 



The 5D10 is a double wide plug-in waveform 
digitizer designed to enhance the capabilities of 
the 5110. It may be used in other 5000 Series 
Mainframes The 5D10 provides digital storage 
and generates its own readout of scale factors 
and cursor coordinate values It will digitize two 
channels simultaneously with high vertical and 
horizontal resolution When inserted into the 5110, 
the vacant left vertical compartment may be used 
with one of several plug-ins to precondition the 
signal for the 5D10 Such a case might be the 
5A26 Dual Differential Plug-in 

Be one of the first to have further information on 
the 5D10 Fill out and return the 5D10 information 
request card in this catalog We will send you 
complete product information as soon as it is 
available Expected product availability is second 
quarter 1982 



For recommended probe— refer to page 206. 
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5A13N 



5A13N 



5A21N 



5A19N 



Dc to 2 MHz Bandwidth 
1 mV/div to 5 V/div 



10,000:1 Cmrr 



10,000 Div Effective Screen Height 



The 5A13N is a differential comparator plug-in 
amplifier for the 5000 Series It incorporates a 
number of performance features that make it 
particularly versatile 

Conventional Mode — The 5A13N has con- 
stant bandwidth over the 1 mV/div to 5 V/div 
deflection factor range The bandwidth is 
selectable at 2 MHz or 10 kHz for best displayed 
noise conditions during low-frequency applica- 
tions. The plus or minus inputs allow normal or 
inverted displays 

Differential Mode — The 5A13N maintains its 
conventional features and provides a balanced 
input for applications requiring rejection of a 
common-mode signal The cmrr is 10,000 1 from 
dc to 20 kHz, decreasing to 100:1 at 2 MHz The 
unit rejects up to 15 V of common-mode signal at 
a deflection factor setting of 1 mV/div, increasing 
to 350 V rejection capability above 100 mV/div. 




Differential Comparator 





•mtxn.. . BA19M DIFFERENTIAL AM PI 



Differential 



5A21N 



5A19N 



Dc to 1 MHz Bandwidth 
10 kHz Bandwidth Limiter 



Dc to 2 MHz Bandwidth 
1 mV/div to 20 V/div 



Comparator Mode — The 5A13N provides an 
accurate positive or negative internal offsetting 
voltage A signal of up to ± 10 V may be applied 
to an input (plus or minus) at a deflection factor 
setting of 1 mV/div and viewed in 10,000 div by 
offsetting the signal with the opposing compari- 
son voltage A ±1 V comparison voltage is also 
available for applications requiring max resolution. 
The offset voltage may be externally monitored 
through a front-panel output 

CHARACTERISTICS 

Bandwidth — Dc to 2 MHz. Bandwidth limit mode, dc to 10 
kHz. Ac coupled, 2 Hz or less at the lower 3 dB point 
Deflection Factor — 1 mV/div to 5 V/div in a 1-2-5 sequence 
Accuracy is within 3% Uncalibrated, continuously vanable be- 
tween steps and to at least 12.5 V/div 
Input R and C — 1 Mil. =6 51 pF 
Signal Range 



Deflection Factor 
Settings 


1 mV to 
50 mV/div 


0.1 V to 
5 V/div 


Common-Mode 
Signal Range 


±10 V 


±350 V 


Max Dc Coupled Input 
(Dc + Peak Ac 
at 1 kHz or Less) 


±350 V 




Max Ac Coupled Input 
(Dc Voltage) 


±350 V 



Max Input Gate Current — 0.1 nA or less (equivalent to 100 
mV or less, depending on external loading) at 25° C 
Overdrive Recovery — 1 to recover to within 3.0 mV and 

0 1 ms to recover to within 1.5 mV after removal of an over- 
drive signal between + 10 V and 10 V, regardless of over- 
drive signal duration 

Internal Comparison Voltage — Ranges, 0 V to ± 10 V and 0 
V to ± 1 V Accuracy, within 0.2% of dial setting plus 5 mV 
from ±1 V to ± 10 V, within 0.2% of dial setting plus 1 mV 
from ± 25 mV to ±1 V on the 0 V to ±1 V range From 0 V to 

1 25 mV. use the on-screen display for greater resolution Vc 
output R, =6 15 kit. 

Common-Mode Refection Ratio — At least 10,000 1. dc to 10 
kHz at 1 mV/div to 50 mV/div dc coupled, with up to 20 V p-p 
sinewave, decreasing to 100:1 at 1 MHz At least 400:1, dc to 
10 kHz at 0 1 V/div to 5 V/div dc coupled, with up to 100 V p-p 
sinewave. decreasing to 40:1 at 1 MHz For frequencies above 
5 kHz ac coupled, cmrr is the same as stated for dc coupled 
Below 5 kHz ac coupled, cmrr decreases to 400:1 at 10 Hz 
Cmrr with two P6060 Probes is at least 400 1 at any deflection 
factor 



50 ^V/div to 5 V/div 



Dc Offset 



100,000:1 Cmrr 



Voltage and Current Probe Inputs 



The 5A21N is a 50 A V/div, dc coupled differential 
amplifier for the 5000 Series The 5A21N has a 
current probe input. 

High Cmrr Probes for Differential Amplifiers 

We recommend the P6055 high cmrr adjustable 
10X probes for use with Tektronix differential 
amplifiers. 

When used in pairs, these probes increase the 
differential input impedance to 20 M12 and allow 
adjustment for maximum common-mode rejection 
ratio (cmrr) 

See page 336 for P6055 characteristics. 

VOLTAGE CHARACTERISTICS 



Bandwidth — Dc coupled, dc to at least 1 MHz Ac coupled. 2 
Hz less at least 1 MHz Bandwidth may be limited to 10 kHz 
Deflection Factor — 50 ^V/div to 5 V/div in 16 calibrated 
steps (1-2-5 seq) Accuracy is within 2% Uncalibrated. continu- 
ously variable between calibrated steps and to 12.5 V/div 
Input R and C — Voltage mode. 1 Mil within 0.15%. =47 pF 



Max Input Voltage 

50 /iV/div to 
50 mV/div 



100 mV/div 
to 5 V/div 



Dc Coupled 



Ac Coupled 



10 V (dc + 350 V dc (coupling 

peak ac) cap pre-charged), 
10 V peak ac 
350 V (dc + 
peak ac) 



Input Gate Current — 100 pA or less (equivalent to 100 #jV or 
less, depending on external loading, at 25°C. 

Displayed Noise — 30 ^V or less, tangentially measured 
Common-Mode Rejection Ratio — Ac coupled. 50 jiV/div to 
0.5 mV/div. at least 20.000:1 at 5 kHz and above decreasing to 
400 1 at 10 Hz Dc coupled, at least 100.000 1 dc to 30 kHz at 
50 n V/div and 100 jiV/div with up to 20 V p-p sinewave, de- 
creasing by <20 dB/decade on sensitivity ranges up to 50 
mV/div. From 100 mV/div to 5 V/div. cmrr is at least 400 1 with 
up to 100 V p-p sinewave Cmrr with two P6060 Probes is at 
least 400 1 at any deflection factor 



CURRENT PROBE INPUT CHARACTERISTICS 
(with P6021 CURRENT PROBE) 



Bandwidth — 15 Hz or less, to at least 1 MHz Bandwidth may 
be limited to 10 kHz. 



Deflection Factor — 0 5 mA/div to 0.5 A/div in 10 calibrated 
steps (1-2-5 sequence) Accurate within 3% Uncalibrated. con- 
tinuously variable between steps and to 1 .25 A/div 
Max Input Current — 4 A p-p (at probe loop) with 125-tum 
P6021 Current Probe 



Displayed Noise — 300 *<A or less, tangentially measured 
Performance characteristics are valid for the 5A2fN from 0°C 
to +50°C. 



The 5A19N is a low-cost differential amplifier fea- 
turing variable dc offset and simplicity of controls. 
It is ideal for monitor and systems applications It 
operates in the left or middle plug-in compart- 
ment of the 5000 Series Mainframe for Y-T dis- 
plays, or in the right compartment for X-Y 
displays 

CHARACTERISTICS 

Bandwidth — Dc coupled, dc to at least 2 MHz at all deflection 
factors Ac coupled. 2 Hz or less to at least 2 MHz at all deflec- 
tion factors. 

Deflection Factor — 1 mV/div to 20 V/div in a 1-2-5 sequence 
Accuracy is within 2%. Uncalibrated, continuously variable be- 
tween calibrated steps and to 50 V/dtv. 

Input R and C — 1 Mil within 0.3%. =47 pF 

Signal and Offset Range 



Deflection 
Factor Settings 


1 mV/div to 
200 mV/div 


500 mV/div 
to 20 V/div 


Common-Mode 
Signal Range 


±16 V 


±350 V 


Max Dc 
Coupled Input 
(Dc + Peak Ac 
at 1 kHz or Less) 


±350 V 


Max Ac Coupled 
Input (Ac Voltage) 


±350 V 


Dc Offset 
Range 


+ 15 Vto 
-15 V 


+ 350 V to 
-350 V 



Common-Mode Rejection Ratio — Dc coupled. 1 mV/div to 
200 mV/div. at least 1000:1 from dc to 10 kHz. decreasing to 
100:1 at 500 mV/div to 20 V/div. 



ORDERING INFORMATION 
5A13N Differential Comparator 



Amplifier $1 140 

5A19N Differential Amplifier $375 

5A21N Differential Amplifier $465 

Option 01 (includes P6021, 5 ft 

current probe) Add $265 



The 5A21N and 5A22N Differential Amplifiers are 
available with CRT readout at additional cost 
(CRT readout functional in 5400 Series 
Mainframes only) Contact your local Tektronix 
Sales Engineer for details. 
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For recommended probes — refer to page 206. 
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DIFFERENTIAL AMPLIFIER 
DUAL DIFFERENTIAL AMPLIFIER 



5A22N 




'• IUM OtrrtMINTlAL AMH 



Differential 

5A22N 



Dc to 1 MHz Bandwidth 



lO^V/div to 5 V/div 



100,000:1 Cmrr 



Selectable Upper and Lower -3 dB Points 



Dc Offset 



The 5A22N is the most versatile of the 5000 
Series Differential Amplifiers. It features front 
panel selectable filtering which enables reduction 
of undesirable displayed noise; both upper and 
lower 3 dB points are selectable Dc offset at full 
bandwidth is available for viewing signals riding 
on a dc component such as low-level ripple and 
noise on a power supply 

These features, together with its high common- 
mode rejection, make the 5A22N well suited for 
measurements in difficult low-amplitude, low-fre- 
quency areas 

CHARACTERISTICS 

Bandwidth — HF -3 dB point: selectable in 9 steps (1-3 se- 
quence) from 100 Hz to 1 MHz 100 Hz to 0.3 MHz. accurate to 
within 20% of selected frequency, at 1 MHz. bandwidth is 
down 3 dB or less LF —3 dB point selectable m 6 steps (1-10 
sequence) from 0.1 Hz to 10 kHz accurate to within 20% of 
selected frequency Ac coupled. 2 Hz or less 
Deflection Factor — 10 MV/div to 5 V/div in a 1-2-5 sequence 
Accuracy is within 3%. Uncalibrated, continuously variable be- 
tween steps and to at least 12.5 V/div. 

Common-Mode Rejection Ratio — Ac coupled. 10 MV/div to 
0.5 mV/div. at least 20.000 1 at 5 kHz and above, decreasing 
to 400 1 at 10 Hz Decoupled, at least 100,000:1. dc to 30 kHz 
from 10 MV/div to 100 m V/ div with up to 20 V p-p sinewave, 
decreasing by <20 dB/decade on sensitivity ranges up to 50 
mV/div. From 100 mV/div to 5 V/div, cmrr is at least 400:1 with 
up to 100 V p-p sinewave Cmrr with two P6060 Probes is at 
least 400 1 at any deflection factor. 



5A26 




Dual Differential 



Signal and Offset Range 



Deflection 


10 nM to 


0.1 Vto 


Factor Settings 


50 mV/dlv 


5 V/div 


Common-Mode 
Signal Range 


±10 V 


±350 V 


Max Dc Coupled 
Input (Dc + Peak 
Ac at 1 kHz or Less) 


±12 V 


±350 V 


Max Ac Coupled 


±350 V 


Input (Dc Voltage) 


Dc rejection, at least 4 x 10 5 :1 


Dc Offset Range 


-F0.5 V 


+ 50 V 


to 


to 




-0.5 V 


-50 V 



Input R and C — 1 MU within 0.15%, *=47 pF 
Overdrive Recovery — 10 ms or less to recover within 99.5% 
of reference level after removal of a test signal applied for 1 s. 
Signal amplitude not to exceed common-mode signal range 
Max Input Gate Current — 200 pA or less. 

Displayed Noise — 20 mV at max bandwidth, source resis- 
tance 25 U or less, measured tangentially. 

Drift with Temperature — 100 mV/*C or less 

5A26 



Two Differential Amplifiers in One Plug-In 
50 *xV/div Sensitivity at 1 MHz 
100,000: 1 Cmrr 
CRT Readout 



The 5A26 Dual Differential Amplifier combines 
two independent differential amplifiers in one 
plug-in. It adds no-compromise differential mea- 
surement capability to the line of low-cost, high- 
performance 5000 Series Laboratory 
Oscilloscopes It may be used in any 5000 Series 
Mainframe 

The 5A26 provides 50 m V/div sensitivity at 1 MHz, 
high common-mode rejection ratio, CRT readout 
in any standard 5400 Series Mainframe, trigger- 
source selection and bandwidth limit on each 
channel With two 5A26s, it is possible to observe 
up to four differential channels at one time in the 
chop or alternate mode 



The 5A26 has many applications in areas that re- 
quire dual differential performance, especially in 
biomedical and electromechanical fields, educa- 
tion, and component manufacturing 

High Cmrr Probes for Differential Amplifiers 

We recommend the P6055 high cmrr adjustable 
10X probes for use with Tektronix differential 
amplifiers 

When used in pairs, these probes increase the 
differential input impedance to 20 Ml] and allow 
adjustment for maximum common-mode rejection 
ratio (cmrr). 

See page 336 for P6055 characteristics 

CHARACTERISTICS 

Number of Differential Channels — Two. 

Bandwidth — Dc coupled, dc to at least 1 MHz. Ac coupled. 2 
Hz or less to at least 1 MHz. Bandwidth may be limited to 10 
kHz. 

Deflection Factor — 50 MV/div to 5 V/div in 16 calibrated 
steps (1-2-5 sequence) Accuracy is within 2%. Uncalibrated, 
continuously variable between calibrated steps and to 12.5 
v/div. 

CRT Readout — CRT readout of deflection factors. Functional 
in CRT readout-equipped 5400 Series Oscilloscopes, nonfunc- 
tional in 5100 Series Oscilloscopes 

Input R and C — 1 MU within 0.15% paralleled by =47 pF. 

Max Input Voltage 





Dc Coupled 


Ac Coupled 


50 MV/div to 


10 V(dc + 


350 V dc (coupling 


50 mV/div 


peak ac) 


cap precharged), 
10 V peak ac 


100 mV/div 


350 V (dc + 


350 V 


to 5 V/div 


peak ac) 


(dc + peak ac) 



Input Gate Current — 100 pA or less (equivalent to 100 mV or 
less, depending on external loading) at 25'C. 

Displayed Noise — 30 mV or less, tangentially measured 



Common-Mode Rejection Ratio 



Dc Coupled 
50 MV/div to 
50 mV/div 


At least 100,000:1 from dc 
to 30 kHz with up to 20 V 
p-p sine wave 


100 mV/div to 
5 V/div 


At least 300:1 from dc to 
30 kHz with up to 100 V 
p-p sine wave 


Ac Coupled 
50 MV/div to 
50 mV/div 


At least 20.000:1 at 5 kHz 
to 30 kHz. decreasing to 
not less than 2000:1 at 
60 Hz 


With 2 P6062A Probes 


400:1 at 10X probe atten- 
uation 



ORDERING INFORMATION 

5A22N Differential Amplifier $940 

5A26 Dual Differential Amplifier $1010 



For recommended probes— refer to page 206. 
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TPk' TIME 

I C.W BASES 



v 



5000 

SERIES 



5B10N 



mn 




>• IKON T1MI (AtC AMPl 



Single Sweep Time Base 

5B10N 



100 ns/div to 5 s/div Calibrated Time Base 

Single Sweep 

Direct Readout XI 0 MAG 

Provides Alternate and Chopped Displays 



5B12N 




Dual Sweep Time Base 

5B12N 



100 ns/div to 5 s/div Calibrated Time Base 
Dual and Delayed Sweep 
Direct Readout X10 MAG 



CHARACTERISTICS 

A Sweep Rates — 1 «is/div to 5 s/div in 21 calibrated steps (1- 
2-5 sequence). XI 0 magnifier extends displayed sweep time- 
/div to 100 ns. Uncalibrated, continuously variable between 
steps and to 12.5 s/div. 

A Sweep Accuracy — Unmagnified, within 3% from 1 ^s/div 
to 1 s/div and within 4% at 2 s/div and 5 s/div. Magnified, 
displays accurate to within 1% in addition to specified time- 
base sweep accuracy 

B Sweep Rates — 0.2 ^s/div to 0.5 s/div in 20 calibrated 
steps 

B Sweep Accuracy — Within 3% from 1 ^s/div to 0.1 s/div. 
Within 4% at 0.2 ^s/div. and 0.5 s/div. 0.2 s/div. and 0.5 s/div.. 



TRIGGERING 

The following applies to the A and B trigger except as noted. 



Coupling 


To 1 MHz 


At 2 MHz 


Dc 


Internal 


0.4 div 


0.6 div 


External* 


200 mV 


200 mV 


Ac 


Requirements increase below 50 Hz 



*A Trigger only. 

B sweep operates in triggered or free-run mode after delay 
time. 

Auto Trig — Same as above on signal rates of 15 Hz and 
above 

The following characteristics apply to the A trigger only 
Single Sweep — Same as for ac and dc coupled 
External Trigger Input — Max input voltage is 350 V (dc + 
peak ac). Input R and C is 1 MO within 2% paralleled by %70 
pF Trigger level voltage range is +5 V to -5 V. 




50 mV/div and 500 mV/div External Input 



The 5B10N is a time base/amplifier plug-in unit for 
generating a sweep in the 5000 Series 
Oscilloscopes An external input allows use of the 
5B10N as a voltage amplifier with calibrated 
deflection factors of 50 mV/div and 500 mV/div. 

Multiple triggering modes may be pushbutton 
selected with the 5B10N Source positions in- 
clude left or right plug-in, composit (from the 
mainframe vertical amplifier), line and external. 

CHARACTERISTICS 

Sweep Rates — 1 ^s/div to 5 s/div In 21 calibrated steps (1-2- 
5 sequence). XI 0 magnifier extends displayed sweep time/div 
to 100 ns. Uncalibrated, continuously variable between steps 
and to 12.5 s/div. 

Sweep Accuracy — Unmagnified, within 3% from 1 M8/div to 1 
s/div and within 4% of 2 s/div and 5 s/div. Magnified displays 
accurate within 1% in addition to specified time base sweep 
accuracy 



TRIGGERING 



Coupling 


To 1 MHz 


At 2 MHz 


Dc 


Internal 


0.4 div 


0.6 div 


External 


200 mV 


200 mV 


Ac 


Requirements increase below 50 Hz 



Auto Trig — Same as above except signal rate requirements 
are 15 Hz and above. 

Single Sweep — Same as for ac and dc coupled 
External Trigger Input — Max input is 350 V (dc + peak ac). 
Input R and C is 1 MW within 2% paralleled by »70 pF. Trigger 
level voltage range is +5 V to -5 V. 

EXTERNAL HORIZONTAL MODE 
Deflection Factor — 50 mV/dlv and 500 mV/div. accurate 
within 3%. XI 0 variable extends range to at least 5 V/div. 
Bandwidth — Dc coupled, dc to at least 1 MHz. Ac coupled. 
50 Hz or less to at least 1 MHz. 

Input R and C-1 Ml) within 2%. m 70 pF 
Max Input Voltage — 350 V (dc + peak ac). 
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The 5B12N is a time base for generating single, 
dual, or delayed sweeps in 5000 Series 
Oscilloscopes. The 5B12N is normally used in the 
right plug-in compartment but is compatible with 
the vertical deflection compartments as well. 

The display modes are A sweep. B sweep, A in- 
tensified -B delayed, and dual sweep. Each 
mode is selectable by pushbutton switches Trig- 
gering sources for A and B sweep include left 
and right plug-in, line, and display composite In 
the display composite mode the sweep is trig- 
gered from the composite signal being displayed 
Auto and external trigger and single sweep are 
provided for the A sweep The B sweep is 
triggerable after the delay time. 

When operated in the dual-sweep mode in a dual- 
beam oscilloscope with two amplifier plug-ins, 
first the A sweep and then the B sweep displays 
the signals from both amplifiers; four traces will 
be displayed Both sweeps are displayed simulta- 
neously in chop mode. 

When operated in the dual-sweep mode in a sin- 
gle-beam oscilloscope with two amplifier plug-ins, 
the A sweep is slaved to the left plug-in and the B 
sweep is slaved to the right plug-in. 

The display mode pushbutton selects chop or al- 
ternate time-share switching between vertical 
plug-ins and amplifier channels Chop rate is 25 
kHz to 100 kHz depending on plug-in combina- 
tions and number of traces displayed. 



DELAYING SWEEP CHARACTERISTICS 

Delay Tima Accuracy — 1 ^s/div to 0.5 s/div, within 1%. 1 
s/div to 5 s/div. within 2%. 

Dalay Tima Multipliar Ranga — 0.2 to 10.2 times the time/div 
setting. 

Dalay Tima Multipliar Incramantal Linearity — Within 0.2%. 
Diffarantial Tima Maasuramant Accuracy — Within 1% plus 
2 minor dial div for 1 ns to 0.5 s delay times. Within 2% plus 2 
minor dial div for 1 s to 5 s delay times. 

Jitter — <0.05% of the time represented by one div of the 
delaying sweep selected 

EXTERNAL HORIZONTAL MODE 
Deflection Factor — 50 mV/div and 500 mV/div accurate to 
within 3%. X10 variable extends range to at least 5 V/div. 
Bandwidth — Dc coupled, dc to at least 1 MHz. Ac coupled. 
50 Hz or less to at least 1 MHz. 

Input R and C — 1 MW within 2%, <*70 pF. 

Max Input Voltage — 350 V (dc + peak ac). 



ORDERING INFORMATION 



5B10N Time Base/ Amplifier $460 

5B12N Dual Time Base $970 



TPL/ 5000 

I Lr\ SERIES 



DUAL TRACE SAMPLER 
CURVE TRACER, SPECTRUM ANALYZER 



5CT1N 




Curve Tracer 



5L4N 




Spectrum Analyzer 



5S14N 




Dual Trace Delayed Sweep Sampler 



5CT 1 N Curve Tracer 

• Test Semiconductor Devices to 0.5 W • 10 
nA/div to 20 mA/div Vertical Deflection Factors • 
0.5 V/div to 20 V/div Horizontal Deflection Factors 

• For a complete description see page 309 

5L14N Spectrum Analyzer 

• Low Cost • 0*100 kHz Frequency Range 

• Resolution Bandwidth 10 Hz to 3 kHz • Log and 
Linear-Span Modes • Auto Resolution • For a 
complete description see page 131. 

5S14N Sampler 



Dc to 1 GHz Bandwidth 



Dual Trace, 2 mV/div Sensitivity 

Calibrated Delayed Sweep 

Simplified Triggering 

Operational Ease of 
Conventional Oscilloscope 

Two-Dot Time Measurements 



The 5S14N Sampling Unit combines amplifier and 
time-base functions in one double-width plug-in 
unit designed to operate in all 5000 Series 
Mainframes Combining the sampling amplifier 
and time-base functions in one plug-in enables 
the 5S14N to provide new economy and ease of 
operation 

Two identical amplifier channels provide dual- 
trace sampling A two-ramp time base introduces 
calibrated delayed sweep operation to sampling 
in an inexpensive package 

A unique feature is a system for making two-dot 
time-interval measurements This feature provides 
an easy and accurate means for measuring the 
time between two points on a waveform. One 
bright dot on the trace is positioned with the 
Delay Zero control to the start of an event to be 
measured Next a second bright dot is positioned 



by the Delay Time Multiplier Control to the end of 
the event The time-interval between the selected 
points is then determined by multiplying the 
number read directly from the Delay Time Multipli- 
er Dial by the selected time per division. 

AMPLIFIER CHARACTERISTICS 

Modes — Channel 1 only; Channel 2 only; Dual Trace; Chan- 
nel 1 added to channel 2; Channel 2 subtracted from Channel 1 
(CH 2 INVERT); Channel 1 vertical (Y). Channel 2 honzontal 
(X). 

Input Impedance — Nominally 50 W. 

Bandwidth — Equivalent to dc to 1 GHz. 

Riae Time — 350 ps or less 

Step Aberrations — +2%, -3%. total of 5% p-p within first 5 
ns. ± 1% thereafter, tested with 284 Pulse Generator 
Deflection Factor — 2 mV/div to 0.5 V/div in 8 calibrated 
steps (1-2-5 sequence) Variable between steps by at least 2.5 
to 1. 

Accuracy — Within ± 3%. 

Max Input Voltage — ±5V 

Input Signal Range — 2 V p-p max within a + 2 V to -2 V 
window at any sensitivity. 

Dc Offset Range — At least +2 V to -2 V. 

Displayed Noise — 2 mV or less unsmoothed (tangentially 
measured) Low noise pushbutton reduces random noise by 
factor of 4 to 1 or more 

Vertical Signal Output — 0.2 V/div of vertical deflection. 10 ktt 
source resistance 

Channel Delay Difference — Adjustable to zero or for any 
time difference up to at least 1 ns. 

TIME BASE CHARACTERISTICS 

Scan Modes — Repetitive. Single. Manual, or External 
Delaying Sweep — May be used as CRT time base or as a 
delay generator for the Delayed Sweep The sweep starts with 
minimum delay from the instant of trigger recognition. When 
the Delaying Sweep mode is selected for the time base, two 
bright dots in the trace are generated which may be positioned 
anywhere on the displayed waveform. The time between dots 
is equal to the reading on the Delay Time Multiplier dial multi- 
plied by the time/di v 

Delayed Sweep — This mode is used when the signal to be 
displayed occurs considerably later than the instant of trigger 
recognition or when the time must be 5 ns or less per div. The 
Delayed Sweep may be started with zero delay time with re- 
spect to the start of the Delaying Sweep. Or the start may be 
delayed by any time interval up to that represented by ten div 
of the Delaying Sweep selected 

Horizontal Signal Output — 1 .0 V per div of honzontal deflec- 
tion; 10 KW source resistance. 



DELAYING SWEEP CHARACTERISTICS 

Range — 10 ns/div to 100 *is/div in 13 steps (1-2-5 sequence) 
Accuracy — Within ±3% excluding first 1/2 div of displayed 
sweep 

Delay Zero (let Dot) — Adjustable to correspond to any in- 
stant within the time interval represented by the first 9 div of 
the Delaying Sweep selected 

Delay Time (2nd Dot) — Adjustable to any portion of the time 
interval represented by ten div of the Delaying Sweep selected 
Delay Accuracy — Within ± 1% of ten div when measurement 
is made within the last 9.5 div 

DELAYED SWEEP CHARACTERISTICS 
Range — 100 ps/div to 100 jis/div in 19 calibrated steps (1-2-5 
sequence) Variable between steps by at least 2.5 to 1 
Accuracy — Within ±3% excluding first 1/2 div of displayed 
sweep 

Start Delay — Depends on the Delaying Sweep time selected 
and the setting of the Delay Time Mult dial. Adjustable from 
Zero to any time interval up to that represented by 10 div of the 
Delaying Sweep selected. The Delaying Sweep start point cor- 
responds to the second bright dot position. 

Delay Jitter — <0.05% of the time represented by 1 div of the 
Delaying Sweep selected 

TRIGGERING AND SYNC 
CHARACTERISTICS 

Signal Source — Interval from Channel 1 vertical input or ex- 
ternal through front-panel connector 

External Triggering — Nominal 50 II input, ac coui^led. 2 V 
p-p, 50 V dc max Trigger pulse amplitude 10 mV p-p or more 
with rise time of 1 ns or less 10 Hz to 100 MHz. Sinewave 
amplitude 10 mV p-p or more from 150 kHz to 100 MHz. 
Internal Triggering — Pulse amplitude 50 mV p-p or more with 
rise time of 1 or less Sinewave amplitude 50 mV p-p or 
more from 150 kHz to 100 MHz. 

Triggered Mode — Trigger recognition may be made to occur 
at any selected voltage level between + 0.5 V and - 0.5 V at 
instants when either a + slope or a - slope of the triggering 
signal crosses that level 

Auto Triggered Mode — For small signals or when there may 
be no triggering signal Sampling pulses are automatically gen- 
erated at a low rate in the absence of a triggering signal so a 
trace may always be generated and displayed The trigger level 
range automatically adjusts to approximate the p-p voltage of 
the signal 

Holdoff — Varies the length of the time interval during which 
recognition is inhibited Variation is at least 5 to 1 The control 
is particularly useful for displaying digital words when tnggenng 
on binary pulses 

Hf SYNC Mode — For sinewaves from 100 MHz to 1 GHz. 10 
mV p-p or more from external source. 50 mV p-p or more from 
internal pickoff. 

Order 5S14N Sampler $4915 
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TEK 



PORTABLE 

OSCILLOSCOPES 



CONTENTS 



2335 100 MHz Dual Trace 223 

2336 100 MHz Dual Trace w/A Time 224 

2337 100 MHz Dual Trace w/A Time & DMM 225 

2213 60 MHz Dual Trace 226 

2215 60 MHz Dual Trace, 

Alternate Time Base 226 

485 350 MHz Dual Trace 228 

475/475A 250 MHz and 

200 MHz Dual Trace 230 

465B/DMM44 100 Dual Trace 232 

465M (AN/USM) 425 (VI) 100 MHz Dual Trace 

Tri-service Standard 234 

335 35 MHz Dual Trace 236 

305 Battery Powered 5 MHz/DMM 237 

221 5 MHz 238 

213 1 MHz/DMM 239 

212 500 kHz Dual Trace 240 

T922R 15 MHz Dual Trace Rackmount 241 

Portable Storage Oscilloscopes 

468 100 MHz Dual Trace Digital Storage 242 
466/464 100 MHz Dual Trace 244 

434 25 MHz Dual Trace 246 

314 10 MHz Dual Trace 247 

214 500 kHz Dual Trace 248 

T912 10 MHz Dual Trace 249 








For Accuracy and Versatility In the Field, Take One of Our 23 Portable Oscilloscopes. 



Product 


Bw 


Dual 

Trie* 


Delayed 

Sweep 


Fastest Sweep 


Special Features 


Price* 


Nonstorage Models 


2335 


100 MHz @ 5 mV/div 


yes 


yes 


5 ns/dlv 


Rugged, compact, lightweight 


$2775 




2336 


100 MHz @ 5 mV/div 


yes 


yes 


5 ns/div 


B trigger, A Time 


3075 




2337 


100 MHz @ 5 mV/div 


yes 


yes 


5 ns/div 


B trigger, A Time, DMM 


3350 




2213 


60 MHz @ 20 mV/div 


yes 


yes 


5 ns/div 


2 mV/div @ 50 MHz 


1100 




2215 


60 MHz @ 20 mV/div 


yes 


yes 


5 ns/div 


Dual time base, 2 mV/div @ 50 MHz 


1400 




485 


350 MHz @ 5 mV/div 


yes 


yes 


1 ns/div 


Widest BW in portable instrument 


6975 




475A 


250 MHz @ 5 mV/div 


yes 


yes 


1 ns/div 


High performance 250 MHz portable 


4410 




475 


200 MHz @ 2 mV/div 


yes 


yes 


1 ns/div 


Highest gain/BW in a portable 


3960 




465B 


100 MHz @ 5 mV/div 


yes 


yes 


2 ns/div 


Cost effective 100 MHz portable 


2995 




465M 


100 MHz @ 5 mV/div 


yes 


yes 


5 ns/div 


Triservice standard 100 MHz scope 


3500 




335 


35 MHz @ 10 mV/div 


yes 


yes 


20 ns/div 


Only 4.8 kg. 10.5 pounds 


2760 




305 


5 MHz @ 5 mV/div 


yes 




0.1 /is/div 


Autoranging DMM 


2120 




221 


5 MHz @ 5 mV/div 






100 ns/div 


Only 1.6 kg, 3.5 pounds 


1600 




213 


1 MHz @ 20 mV/div 






400 ns/div 


DMM/scope at 1.7 kg, 3.7 pounds 


2100 




212 


500 kHz @ 10 mV/div 


yes 




1 /is/div 


Battery operation 


1545 




T922R 


15 MHz @ 2 mV/div 


yes 




20 ns/div 


Rackmount, front or rear inputs 


1750 


Storage Models 


468 


100 MHz @ 5 mV/div 


yes 


yes 


2 ns/div 


10 MHz Digital Storage 


6270 




466 


100 MHz @ 5 mV/div 


yes 


yes 


5 ns/dlv 


3000 div/^s stored writing speed 


6385 




464 


100 MHz @ 5 mV/div 


yes 


yes 


5 ns/dlv 


110 div//*s stored writing speed 


5165 




434 


25 MHz @ 10 mV/div 


yes 




20 ns/div 


Split-screen storage 


4400 




314 


10 MHz @ 1 mV/div 


yes 




100 ns/div 


Only 4.8 kg, 10.5 pounds 


3345 




214 


500 kHz @ 10 mV/div 


yes 




1 /xs/div 


Only 1.6 kg, 3.5 pounds 


2100 




T912 


10 MHz @ 2 mV/div 


yes 




50 ns/div 


Low-cost bistable storage 


1890 



*U.S. sales prices are F.O.B. Beaverton, OR. For price and availably outside the United States, please contact the nearest Tektronix Field Office, Distributor or Represen- 
tative. Prices are subject to change without notice. 
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2335/36/37 



Dc to 100 MHz Bandwidth 

Vertical Channel Deflections 
from 5 mV/div to 5 V/div 

10X Magnifier to Increase 
Sweep Rate to 5 ns/div 

Rugged for Field Service 



A new line of Tektronix portable oscilloscopes 
feature extreme ruggedness to provide depend- 
ability in field service applications. 

Compact and lightweight for ultra-portability, 
these oscilloscopes are designed and built for on- 
site trouble-shooting The 2335, 2336, and 2337 
are useful for high speed logic and digital applica- 
tions They feature an innovative and protective 
flip-top cover that doubles as a front panel with A 
Time on the 2336 and A Time/DMM on the 2337 
versions The entire outside case of all three 
instruments is made of durable, one-piece alumi- 
num and the front panels are coated with scratch 
resistant plastic When the flip-tops are latched 
shut, the entire scope can withstand the abuse 
and heavy usage of field service environments. 



Inside these new oscilloscopes is performance 
capability to accommodate the wide variety of 
testing conditions normally encountered by field 
service personnel Vertical channels have cali- 
brated deflection factors from 5 mV/div to 5 V/div 
with a variable gain control to increase the sensi- 
tivity to at least 2 mV/div An internal delay line 
permits observation of the leading edge of a 
waveform Variable sweep speeds range from 0.5 
s/div to 50 0 ns/div and a 10X magnifier can 
increase the sweep rate to 5 ns/div. An auto- 
trigger mode allows triggering on waveforms with 
repetitive rates down to approximately 10 Hz. The 
sweep rate will run freely and provide a base line 
trace in the absence of an adequate trigger 
signal 

Many exterior features have been incorporated 
into these new ultra-portable scopes to make 
them fast and convenient to use The CRT pro- 
duces bright, high resolution traces that are 
readily visible in most light conditions. The A 
Time/DMM readouts are distinct, backlighted Liq- 
uid Crystal Displays (LCD) for clear viewing in any 
lighting condition All knobs and switches have 
been located in logical groupings to avoid errors 
and delays during operation And for the 2336 
and 2337 models, A Timing and DMM display and 
controls are in the hinged, fliptop cover. 



All three oscilloscopes come with detachable 
power cord, integral EMI shielding, and an acces- 
sories pouch 

The Tektronix 2335, 2336, and 2337 Oscilloscopes 
have been manufactured to withstand impact 
shocks of 50 g’s, almost twice that of other 
portable scopes from Tektronix. This ruggedness 
meets MIL-T-28800, Class 3 environmental re- 
quirements for aerospace and military 
qualification 

ELECTRICAL CHARACTERISTICS 

The following electrical characteristics are common to the 
2335. 2336. and 2337 Oscilloscopes except where indicated 

VERTICAL DEFLECTION 
(Two Identical Channels) 

Bandwidth* and Rite Time — 



-15 to + 40*C 


+ 40 to +55*C 


Dc to at least 100 MHz. 


Dc to at least 85 MHz. 


3.5 ns 


4.15 ns 



'Measured at -3dB point at all deflection factors from a 
50-W source terminated in 50 li. 

Lower -3 dB Point (ac coupling and IX probe) — 10 Hz or 

less. (10X probe): 1 Hz or less 

Deflection Factor — 5 mV/div to 5 V/div. 

1-2-5 sequence, accurate ±3%. Uncalibrated. continuously 
variable between steps and to at least 2 mV/div. 

Display Modes — Ch 1 . Ch 2. ADD (normal and inverted). 
Cmrr — Common-mode rejection ratio at least 10:1 at 50 MHz 
for common-mode signals of 6 div or less 
Input R and C — 1 Mii ± 2% paralleled by 20 pF ± 10%. 

Max Input Voltage — Ac or dc coupled. 400 V (dc -»- peak ac) 
or 500 V p-p ac at 1 kHz or less 

HORIZONTAL DEFLECTION 

Time Base A — 0 05 ^s/div to 0.5 s/div (1-2-5 sequence) X10 
mag extends max sweep rate to 5 ns/div. 

Time Base B — 0.05 *<s/div to 50 ms/div (1-2-5 sequence) 
XI 0 mag extends max sweep rate to 5 ns/div. 

Variable Time Control — Time base A provides continuously 
variable uncalibrated sweep rates between steps and to at 
least 1 25 s/div. 

Time Base A and B Accuracy, full 10 div — 





+ 20* to +30*C 


-15* to + 55*C 


Unmagnified 


±2% 


±3% 


Magnified 


±3% 


±4% 


Display Modes — 


- A. A intensified by B. B delayed 



CALIBRATED SWEEP DELAY 

Delay Time Range — Continuous from 50 ns to at least 5 s 
after start of delaying sweep 

Differential Time Measurement Accuracy — 





+ 15* to +35*C 


-15* to +55*C 


2335 


0.75% 


1.5% 




+ 0.015 major dial div 


+ 0.015 major dial div 


2336/2337 


± 1% of reading 
±1 count 


± 2.5% of reading 
±1 count 



Jitter — 1 part or less in 20.000 (0.005%) of 10 times the A 
SWEEP TIME/DIV setting 
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TRIGGERING. A AND B 

A Trigger Mode — Normal (sweep runs when triggered) 
Automatic (sweep runs in absence of a triggering signal and for 
signals below 30 Hz). Single Sweep (sweep runs once on first 
triggering event after reset selector is pressed) LED light indi- 
cates when sweep is triggered and when single sweep is ready 
Sensitivity and Coupling — 



COUPLING 


To 20 MHz 


At 100 MHz 


Internal 


0.3 div 


1.1 div 


Dc 


deflection 


deflection 


External 


50 mV 


150 mV 


External -M0 


500 mV 


1.5 V 


Ac 


Requirements increase 
below 60 Hz 


Ac Lf Reject 


Requirements increase 
below 50 kHz 


Ac Hf Reject 


Requirements increase 
above 50 kHz 



A Trigger Hold Off — Adjustable control permits a stable pre- 
sentation of repetitive waveforms 

A TIME B Trigger Modes (2336 and 2337 only) — Provides 
two intensified zones on the CRT trace for differential time 
measurements. Time difference between the two intensified 
zones is determined by B DELAY TIME POSITION and A TIME 
POSITION controls Time difference is displayed on the LCD 
readout 

RUNS AFTER DELAY — B sweep starts immediately after the 
delay time selected by the DELAY TIME POSITION control and 
is independent of B trigger signal. 

TRIGGERABLE AFTER ADJUSTABLE DELAY TIME — The B 

Sweep Trigger is sourced from a composite of Ch 1 and Ch 2; 
Ch 1 only or from the EXT Trigger input connector. 

Jitter — 1 0 ns or less at 100 MHz and 5 ns/div 
A Trigger View — A spring loaded pushbutton overrides other 
vertical controls to display the external signal used to trigger 
the A sweep This control provides quick venfication of the 
(trigger) signal and permits a time comparison between the ver- 
tical input signal and the trigger signal Deflection Factor is 100 
mV/div i 40% (1 V/div with EXT 10). 

Level and Slope — Internal, permits selection of triggering at 
any point on positive or negative slope of vertical input signal. 
Level adjustment through at least ± 1 V in external, through at 
least ± 10 V in external -10. 

Adjustment Range — 1 0 V in EXT (10 0 V in EXT - 10). 

A Sources — Vertical Mode. Ch 1. Ch 2. LINE. EXT. EXT -=- 
10 

B Sources (2336 and 2337 only) — A Time Runs After Delay. 
Vertical Mode. Ch 1 . Ch 2. EXT (All modes ac coupled). 
External Inputs — R and C 1 Mil ± 10%. 20 pF ±30% 400 V 
(dc 4 peak ac) or 500 V ac p-p at 1 kHz or less. 

CALIBRATION SIGNAL 

Output Voltage (0* to + 40*C) — 0.2 V ± 1%. 

Output Voltage (-15° to + 55*C) — 02 V ±1.5%. 

X-Y OPERATION 

Full Sensitivity X-Y (Ch 1 Horizontal, Ch 2 Vertical) — 5 

mV/div to 5 V/div (1-2-5 sequence), accurate ± 5% from 0° to 
4 40°C. accurate ±8% from -15° to +55°C. X-axis band- 
width is dc to at least 2 MHz Y-axis bandwidth is dc to at least 
100 MHz Phase difference between amplifiers is 3° or less 
from dc to 200 kHz 




DISPLAY 

CRT — 8 X 10 div (8 mm/div) display Horizontal and vertical 
centerlines further marked in 0 2 div increments. P31 Phosphor 
standard 18 kV accelerating potential 
Graticule — Internal, nonparallax, non-illummated. markings 
for measurement of risetime. 

Beam Finder — Compresses trace to within graticule area to 
locate an off screen signal 

Z-Axis Input — Positive-going, dc coupled signal decreases 
intensity. 5 V p-p signal causes noticeable modulation at nor- 
mal intensity, dc to 20 MHz. 
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DIGITAL MULTIMETER (2337 only) 

DC VOLTAGE 

Full Scale Ranges — 2V (Auto-ranging to 200 mV). 200 V 
(auto-ranging to 20 V); and 500 V 
Resolution — 100 at 200 mV full scale 
Accuracy — 



+ 15° to 4-35°C 


Within ± 0.1 5% of reading ± one count 


-15° to 4- 15°C 


Add 0 01% for every °C below + 15°C 


4 35° to + 55°C 


Add ±0.01% for every °C 
above +35°C 


>80% Relative 


Add ± 0.25% of reading ± 8 counts 



Humidity 

Input Resistance — 10 M12 ±0.25%. 

Rejection Ratio — Normal-Mode 60 dB minimum at 50 and 60 
Hz Common-Mode 100 dB minimum at dc. 60 dB minimum at 
50 and 60 Hz 

Response Time — Within 3 s (no autorange), within 9 s. (up 
range), within 7 s. (down range) 

Maximum Input Voltage — 500 V (dc + peak ac) at 60 Hz 
(between positive and negative inputs or between either input 
and ground) 

AC VOLTAGE 

Full Scale Ranges — 2 V (auto-ranging to 200 mV). 200 V 
(auto-ranging to 20 V). and 350 V. 

Crest Factor — (When peak voltage input is <3 times full 
scale) Six. 

Accuracy* — 



+ 15° to + 35°C 


Within ± 3%. • 6 counts. 20 Hz to 20 kHz 


15° to 4- 15°C 


Add ± 0.05% for every °C below + 15°C 


4 35° to -4 55°C 


Add ±0 05% for every °C above +35°C 



•Non smewaves Derate to 50 Hz to 20 kHz For crest factors 
greater than 3. add +0.-1% of reading. 



Input Impedance — Resistance 10 MW ±0 25% Capacitance 
(20 V. 200 V. and 350 V range) < 150 pF; (200 mV. 2 V range) 
<220 pF 

Common Mode Rejection Ratio — 60 dB minimum at 50 and 
60 Hz. 2 V range. 53 dB minimum at 50 and 60 Hz. 200 V/ and 
300 V range. 

Response Time — Within 3 s (no autorange), within 9 s; (up 
range), within 7 s; (down range) 

Maximum Input Voltage — 500 V (dc + peak ac) at 60 Hz 
(between (positive and negative inputs or between either input 
and ground) 

RESISTANCE 

Full Scale Ranges — 2 kw (auto-ranging to 200 W); 200 kW 
(auto-ranging to 20 kW); 20 MW (auto-ranging to 2 MW). 

Resolution — 0.1 W. 

Accuracy — 



+ 15° to 4 35°C 


Within ± 0.5% ± 1 count + 0.4 12 


15° to + 15°C 


Add 0.05% for every °C below + 15°C 


4 35° to 4- 55°C 


Add 0 05% for every °C above +35°C 


80% Relative 


Add ± 1% of reading ± 8 counts 



Humidity 

Response Time — <4 s. 

Maximum Input Voltage — 500 V (dc + peak ac) at 60 Hz 
(between positive and negative inputs or between either input 
and ground). 
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ENVIRONMENTAL CAPABILITIES* 

Operating Temperature Range — -15° to +55 8 C (forced 
air ventilation during normal operation). 

Storage Temperature Range (2335 only) — -62° to 
+ 85°C. 

Storage Temperature Range (2336 and 2337) — -40° to 
+ 80"C. 

Operating Altitude Range — Sea level to 4,500 m (15,000 ft). 
Nonoperating Altitude Range — Sea level to 15,000 m 
(50,000 ft) 

Vibration, Structural Integrity — Test samples were subject- 
ed to sinusoidal vibration in the X. Y. and Z-axes with the fre- 
quency varied from 10 Hz to 55 Hz to 10 Hz in one minute 
cycles for a duration of fifteen minutes. Total displacement was 
0 025 in p-p at 4 g s (55 Hz). 

Shock, Operating and Nonoperating — Test sampies were 
subjected to 3 shocks, both directions along each axis (X. Y. 
and Z) for a total of 18 shocks. Peak acceleration of each 
shock was 50 g s. 1/2 sine 

Humidity, 2335 only, Operating and Nonoperating — Test 
samples were exposed to 120 hours (5 cycles) of 95% relative 
humidity as specified in MIL-T-28800B Paragraph 3. 9. 2.2. 



Humidity, 2336 and 2337 Oscilloscopes, Operating — Test 
samples were subjected to 90% relative humidity at 55° C for a 
maximum of 72 hours 

Humidity 2336 and 2337 DMM, Operating — Test samples 
were subjected to 90% relative humidity at 35 °C for a maxi- 
mum of 24 hours and to 70% relative humidity at 50 °C for a 
maximum of 24 hours. 

Humidity 2336 and 2337 Oscilloscope and DMM, Nonoperat- 
ing — Test samples were subjected to 90% relative humidity 
at 60°C for 72 hours 

Electromagnetic Interference (EMI) — Test samples were 
found in compliance with the Class 3 requirements of MIL- 
STD-461 A using procedural steps outlined in MIL-STD-462 
(Increase RS03 requirements from 1 V/meter to 10 V/ meter) 
•The 2335 Oscilloscope meets all environmental requirements 
of MIL-T-28800. Class 3 The 2336 and 2337 Oscilloscopes 
meet the environmental requirements of MIL-T-28800. Class 3 
except for nonoperating temperature range and high (95-per- 
cent) relative humidity, both of which were delimited as indicat- 
ed herein to avoid potential damage to the LCD readout 



OTHER CHARACTERISTICS 

Amplitude Calibrator — 0.2 V accurate ±1% from 0° to 
+ 40°C. ±1.5% from -15* to +55*C. 

Power Requirements — Quick-change selector for operation 
from 100 V to 132 Vac or 200 to 250 Vac. 48 to 440 Hz 
Maximum power consumption is 60 watts at 132 V. 48 Hz. 
Typical power consumption is 35 watts at 1 15 V. 60 Hz. 
Option 03 provides operation from 90 to 1 1 5 Vac or 1 80 to 230 
Vac. 48 to 440 Hz 



Dimensions 


mm 


in 


Height (without pouch) 


135 


53 


Height (with feet and pouch) 


210 


83 


Width 


274 


10.8 


Width (with handle) 


315 


12.4 


Depth (with front cover 


430 


17.0 


Depth (handle extended) 


527 


208 


Weights (2335) 


kg 


lb 


Net (without accessories 






and pouch) 


7.7 


17 


Net (with accessories 






and pouch) 


86 


19 


Shipping 


10.6 


235 


Weights (2336 and 2337) 






Net (without accessories 






and pouch) 


7.9 


17.5 


Net (with accessories 






and pouch) 


88 


195 


Shipping 


10.9 


24.0 



INCLUDED ACCESSORIES 

Two P6108 10X probes (010-6108-03). accessory pouch (016- 
0674-00). zip lock accessory pouch (016-0537-00), blue CRT 
light filter (337-2760-00). clear CRT light filter (337-2781-00), 
two 1 A fuses (159-0022-00). 1/2 A fuse (159-0025-00). power 
cord (161-0104-00) 2337 also includes test lead pair (012- 
0941-00) 



ORDERING INFORMATION 



2335 Oscilloscope $2775 

2336 Oscilloscope with Delta Time ... $3075 

2337 Oscilloscope with Delta Time 

and DMM $3350 

OPTIONS 

Option 03 100/200 V, ac nominal. 48 to 440 Hz No Charge 
INTERNATIONAL POWER CORDS A PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13 A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 VI 5 A) No Charge 




TCU' 60 MHz 

I Lr\ DUAL TRACE OSCILLOSCOPES 





2213/2215 



Dc to 60 MHz Bandwidth 
Light Weight 
Easy to Use 
2 mV Sensitivity 
Advanced Trigger System 
5 ns/div Sweep Speed 



A pushbutton beamfmder allows easy scope 
setups The scope bezel accepts a TEKTRONIX 
C-5C Scope Camera with graticule illuminating 
flash (option 04) 

The advanced triggering system features true 
vertical mode alternate triggering; both the 2213 
and 2215 will trigger alternately even with 
unrelated signals. Other features include variable 



trigger holdoff, TV line and TV field triggering at 
any sweep speed, and an enhanced auto mode 
On the 2215, the dual time base operates in either 
run after A or trigger after A The latter permits 
jitter-free B measurements. 

The 2213's single time base delay provides the 
user with the performance of intensified and 
delayed sweep operations at a low price Where 
dual time base performance is required, the 2215 
delivers it with alternate sweep switching The 
2215 can display four traces; vertical channels 1 
and 2 at the A sweep rate, and vertical channels 
1 and 2, delayed, at the B sweep rate. Both 
scopes also incorporate new auto-intensity and 
auto-focus circuits that provide convenient oper- 
ation over a wide range of sweep speeds 

Low life cycle cost is brought about by the 
inherent reliability of the new scopes. The parts 
count and cabling have been greatly reduced as 
compared to older designs Even the traditional 
line transformer and line voltage selector switch- 
es have been eliminated, thanks to a new high- 
efficiency power supply. The advantages of 
these power supply improvements are that the 
2213 and 2215 will operate from mains voltages 
of 90 to 250 Volts RMS at frequencies from 48 to 
62 Hz Additional reliability also results from supe- 
rior mechanical design and packaging, soldered- 
m components, absolute minimum of connectors 
and very low power consumption 



Delayed Sweep Measurements 

Large, Bright CRT 

New 10X Probes Included 



Two new 60 MHz, dual trace oscilloscopes from 
Tektronix offer unprecedented value in both initial 
and life cycle costs. They are ideal everywhere 
general purpose scopes are needed 

These oscilloscopes provide unexcelled perfor- 
mance in a small light-weight package, 6.1 kilo- 
grams (13.5 lb) With pouch and front cover, only 
68 kilograms (15 lb). 

X-Y operation is simple and easy to use. Both 
vertical input channels (Ch 1 and Ch 2) can be 
used through their full range of sensitivity 
settings Vertical sensitivities range from 2 mV to 
10 V/div. Sweep speeds range from 0.5 seconds 
per division to 50 nanoseconds per division. A 
10X magnification provides 5 nanoseconds per 
division 
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CHARACTERISTICS 

( The following electrical characteristics are common to both in- 
struments except where noted: 

VERTICAL DEFLECTION 
(2 Identical Channels) 

Bandwidth* and Rise Time — (At all deflection factors from 



50 W terminated source). 

0*C to +40*C 


+ 40*C to +50*C 


Dc to 60 MHz. 20 mV/div 


50 MHz. 7 ns 


to 10 V/div. 5 8 ns reduced 




to 50 MHz for 2 mV to 




10 mV/div. 7 ns 





•Measured at -3 dB 

Deflection Factor — 2 mV/div to 10 V/div ±3% ( + 20*C to 
* + 30*C) or ± 4% (0*C to +50 # C). 

1-2-5 sequence Uncalibrated, continuously variable between 
steps to at least 25 V/div. 

Display Modes — Ch 1 . Ch 2. Ch 2 ADD (normal and invert- 
ed). alternate, chopped — =*=250 kHz rate, electronically 
switched 

Cmrr — Common-mode rejection ratio at least 10:1 at 10 MHz 
for common-mode signals of 6 divisions or less 
Input R and C — 1 Mil ± 2% paralleled by =30 pF 

Max Input Voltage — 



Dc coupled 


400 V (dc + peak ac) 

800 V (p-p ac at 1 kHz or less) 


Ac coupled 


400 V (dc + peak ac) 

800 V (p-p ac at 1 kHz or less) 



Delay Line — Permits viewing leading edge of displayed 
waveform. 



HORIZONTAL DEFLECTION 

Time Base A — (Both 2213 and 2215) — 0.05 *is/div to 0.5 
| s/div (1-2-5 sequence) 10X mag extends max sweep rate to 5 
ns/div. 

Time Base B — (2215 only) — 0 05 *is/div to 50 ms/div (1-2-5 
sequence). 10X mag extends max sweep rate to 5 ns/div. 
Variable Time Control — Time Base A (both 2213 and 2215) 
provides continuously variable uncalibrated sweep rates be- 
tween steps to at least 1 25 s/div. 



Time Base A (both 2213 and 22 1 5) and B (22 1 5 only) Accu- 
racy, center 8 divisions — 





+ 20*C to +30*C 


0‘C to +50*C 


Unmagnified 


±3% 


±4% 


Magnified 


±5% 


±6% 



Horizontal Display Modes (2213) — A A intensified after de- 
lay. delayed 



Horizontal Display Modes (2215) — A. alternate (A intensified 
by B and B). B Electronic switching between intensified and 
delayed sweep 

2213 SWEEP DELAY 

Delay Times — <0.5 10 «jS. and 0.2 ms 

Multiplier — Increases delay time by 20 to 1 or more. 

Jitter — 5000 to 1 (0.02%) of maximum available delay time. 

2215 SWEEP DELAY 

Delay Times — Continuously variable by means of a 10 to 1 
vernier control Delayed (B) portion is intensified on the main 
(A) trace 

Delay Position Range — <0.5 to more than 10 divisions 

Delay Dial Accuracy — ±1.5% of full scale 

A/B Sweep Separation — Control permits main and delayed 

sweep to be separated by at least 3.5 divisions 

Jitter — 10.000 to 1 (0.01%) of maximum available delay time. 



TRIGGERING 

2213 and 2215 A Time Base Thgger Modes — Normal 
(sweep runs when triggered), automatic (sweep runs in the ab- 
sence of a triggering signal and triggers automatically for sig- 
nals down to 20 Hz), and tv field (with slope set for negative 
going transitions, and trigger level adjusted dose to blanking 
level, sweep starts at first line of video, use NORMAL for tv line 
display) LED indicates when sweep is triggered. 

A Trigger Holdoff — Adjustable control permits a stable pre- 
sentation of repetitive complex waveforms 
Sensitivity — Auto and Normal Internal: below 2 MHz. signal 
must be at least 0.4 divisions amplitude; requirements increase 
above 2 MHz. at 60 MHz. signal must be at least 1.5 divisions 
amplitude 

Auto and Normal External — Up to 2 MHz. trigger signal must 
be at least 50 mV p-p; requirements increase up to 60 MHz. 
where signal must be at least 250 mV p-p. 

TV Field — Composite video must be at least 2 divisions 
amplitude 

Level and Slope (NORM Mode) — Internal: trigger level can 
be adjusted over the range of amplitudes displayed on the 
CRT. External, dc coupled: level can be adjusted over a range 
of at least ± 2 V. or 4 V p-p. External, dc coupled and attenuat- 
ed ( -r 10): level can be adjusted over a range of at least ± 20 
V. or 40 V p-p. 

External Inputs — R and C =1 MW paralleled by =30 pF. 400 
V (dc + peak ac) or 800 Vac p-p at 1 kHz or less. 

2215 DELAYED (B) TIMEBASE 
Level and Slope — Separate slope and level controls for trig- 
genng B sweep. 

Sensitivity — Up to 2 MHz. signal must be at least 0 4 divi- 
sions in vertical amplitude; requirements increase up to 60 
MHz. where signal must be at least 2 divisions in amplitude 

X-Y OPERATION 

Full Sensitivity X-Y (Ch 1 Horiz, Ch 2 Vert) — 2 mV/div to 10 
V/div. accurate ±5% Bandwidth is dc to at least 2 MHz. 
Phase difference between amplifiers is 3° or less from dc to 50 
kHz 

DISPLAY 

CRT — 8 x 10 cm display Horizontal and vertical center lines 
further marked in 0.2 cm increments P31 Phosphor standard. 
10 kV accelerating potential, mesh grid, halo suppressed 
Graticule — Internal, non-parallax, not illuminated, markings 
for measurement of nse time 

Beam Finder — Compresses trace to within graticule area for 
ease in locating an off-screen signal A pre-set intensity level 
provides a constant brightness. 

Z-Axia Input — Dc coupled, positive-going signal decreases 
intensity; 5 V p-p signal causes noticeable modulation at nor- 
mal intensity, dc to 5 MHz 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: 0°C to +50“C. 
Nonoperating: -55 # C to -i-75 # C. 

Altitude — Operating: to 15,000 ft; max allowable ambient 
temperature decreased by 1 °C/1000 ft from 5000 to 15.000 ft. 
Nonoperating: to 50.000 ft. 

Vibration — Operating test samples were subjected to sinu- 
soidal vibration in the X, Y. and Z axis with the frequency var- 
ied from 10 Hz to 55 Hz to 10 Hz in one minute sweeps for a 
duration of 1 5 minutes per axis and a dwell of 1 0 minutes at 55 
Hz Total displacement was 0.015 in p-p (2.4 g s at 55 Hz). 
Humidity — Operating and nonoperating: test samples were 
subjected to 5 cycles (120 hours) of humidity testing 
Shock — Operating and nonoperating: test samples were sub- 
jected to 3 shocks, both directions along each axis for a total of 
18 shocks Peak accelerations of each half-sine shock were 30 
gs. 



OTHER CHARACTERISTICS 

Probe Adjust Signal — Squarewave. 0.5 V ±20%. 1 kHz 
1 20 %. 

Power Requirements — 90 to 250 V. 48 to 62 Hz without 
range switching. 50 watts max at 115 V and 60 Hz. 



Cabinet Dimensions 


mm 


in 


Height (with feet and handle) 


137 


54 


Width (with handle) 


360 


142 


Width (without handle) 


237 


129 


Depth (with front cover) 


445 


17.5 


Depth (without front cover) 


440 


17.3 


Depth (with handle extended) 


511 


201 


Weights (approx) 


*9 


lb 


Net (with cover 


76 


168 


accessories, and pouch) 






Net (without cover 


6 1 


135 


accessories, and pouch) 






Shipping (domestic) 


82 


18 



INCLUDED ACCESSORIES 

Two P6120 10X voltage probes (010-6120-00). two 1C grabber 
probe accessories (013-0191-00). 



ORDERING INFORMATION 
2213 Dc to 60 MHz Dual Trace, Single 
Time Base Oscilloscope with Delayed 



Sweep $1100 

2215 Dc to 60 MHz Dual Trace, Delayed 
Alternate Time Base 

Oscilloscope $1400 

Power Cords — Standard: 110 Vac North American plug 

INTERNATIONAL POWER CORDS & PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OPTIONAL ACCESSORIES 

Front Panel Cover (200-2520-00) $5.00 

Accessory Pouch (016-0677-00) $42 

Pouch and Cover (020-0672-00) $47 

Viewing Hood (016-0566-00) $15 

C-5C Option 04 Scope Camera $500 

Model 200C SCOPE-MOBILE* Cart $265 

Rack Adaptor Kit (016-0466-00) $100 



TCI/' 350 MHZ 

I Llr\ DUAL TRACE OSCILLOSCOPE 





485 



350 MHz at 5 mV/div 



1 ns/div Sweep Rate 
3.0 div/ns Writing Speed 
1 M12 and 50 12 Input Impedances 
Input Protection 50 12 Internal 
Automatic Deflection Factor Readout 



Pushbutton Ext Trigger View 
Battery Operation (Optional) 
Weighs ^9.5 kg 



At just 21 pounds, the 1 ns/div dual-trace 485 is 
the only true portable 350 MHz oscilloscope on 
the market This wide bandwidth is one reason 
why the 485 is highly compatible with today s 
increasing technology. 

Many features contribute to the 485's extraordi- 
nary overall performance. Fast 3.0 div/ns writing 
speed is one, making it especially attractive for 
use in field research environments. 

The 485 features a wide bandwidth at its full 5 
mV/div vertical sensitivity (350 MHz at 50 12 and 
250 MHz at 1 M12). Selectable input impedance 
provides the capability to measure low and high 
impedance points with the same scope and 
without active probes. 

Internal detection circuitry protects the 50 12 input 
by automatically disconnecting when the signal 
exceeds approximately 5 V RMS 



You no longer have to mentally compensate for 
attenuating probes. Automatic vertical scale-fac- 
tor readout is provided by three light-emitting 
diodes located around the edge of each input 
attenuator knob A quick glance at the readout 
tells the operator the correct on-screen V/div 
when the recommended 10X or 100X probes are 
used. 

And you always know exactly where you are in a 
pulse train when making a delayed sweep mea- 
surement An alternate sweep mode allows the 
delayed sweep to appear alternately with the 
intensified main sweep In this mode, you can 
view the intensified zone and the delayed display 
simultaneously 

The external trigger signal can be easily viewed 
on the 485 A front-panel pushbutton automatical- 
ly routes the external signal used to trigger Time 
Base A to the vertical deflection amplifier This 
feature can also be used to quickly make time 
comparisons between the signal of interest and 
the external trigger signal 

On the 485, focus is always correct in single-shot 
photography An autofocus circuit eliminates the 
need to readjust the focus each time the intensity 
is changed 

When commercial power is not available, use the 
1105 Battery Power Supply. It weighs only 19.5 
pounds, and lets you take the high-performance 
485 virtually anywhere. 

Often chosen as a general-purpose scope for 
computer and electronic servicing environments 
because of its fast writing speed and wide 
bandwidth, the 485 can also be found in special- 
ized and unusual applications. For example, to 
maintain a groundbased laser/radar acquisition 
system, the 485's alternate sweep switching 
mode proved an important factor. 



VERTICAL DEFLECTION 
(2 Identical Channels) 

Bandwidth* and Rise Time — (at all deflecton factors from 
50 it terminated source). 



— 15°C to -f 35°C 


+ 35°C to +55°C 


50 12 


Dc to 350 MHz, 


Dc to 300 MHz, 




1 ns 


1.2 ns 


1 Mtt 


Dc to 250 MHz, 


Dc to 200 MHz, 




1.4 ns 


1.8 ns 



•Measured at 3 dB Bandwidth may be limited to 20 

MHz by bandwidth limit switch. 

Lower 3 dB point, ac coupling 1 X probe: 1 kHz or less for 50 
U, and 10 Hz or less for 1 Mii. 10X probe: 100 Hz or less for 50 
it. and 1 Hz or less for 1 Mit. 

Deflection Factor — 5 mV/div to 5 V/div (1-2-5 sequence), 
accurate +2%. Uncalibrated, continuously variable between 
steps and to at least 12.5 V/div Gain can be recalibrated at the 
front panel 

Display Modes — Ch 1 . Ch 2 (normal and inverted), alternate, 
chopped ( ^1 MHz rate). X-Y (Ch 1-Y and Ch 2-X), ADD (Ch 1 
± Ch 2). 

Cmrr — Common-mode rejection ratio at least 20 dB at 50 
MHz for common-mode signals of 6 div or less. 

Automatic Scale Factor — Probe tip deflection factors for IX. 
10X, and 100X coded probes are automatically indicated by 
three readout lights at the edge of the knob skirts. All lights are 
off when the channel is not selected for display or when the 
trace identification control on the probe is depressed 
Selectable Input Impedance — 50 11 and 1 MW impedances 
are available at a single BNC connector by pushbutton 
selection 

SOW ±0.5%; VSWR 1.15:1 or less from 20 mV/div to 5 V/div. 
1.25:1 or less at 5 mV/div and 10 mV/div to 350 MHz. 

Input R and C — 1 Mit ±1% paralleled by = 20 pF. 

50 Q Protection — Internal detection circuitry provides protec- 
tion by automatically disconnecting excessive signals of up to 
50 V The "disconnected" condition is indicated, and has man- 
ual reset 

Max Input Voltage 



50 n 


Protection disconnect occurs for volt- 
ages that exceed approx; 

5 V RMS continuous 

0.1 watt-second for instantaneous 

voltages of 5 V to 50 V. 




Signals in excess of 150 V 
will damage the instrument. 


1 MO 


Dc coupled 


250 V (dc + peak ac), 
500 V p-p to 1 kHz. 


Ac coupled 


500 V (dc + peak ac). 
500 V p-p to 1 kHz. 



Selectable Input Coupling — Ac; dc; GND (provides zero ref- 
erence, precharges coupling capacitor, disconnects 50 fi load 
in 50 11 mode) 

Delay Line — Permits viewing leading edge of displayed 
waveform. 

Probe Power — Connectors provide correct voltages for two 
optional P6201 FET Probes 

HORIZONTAL DEFLECTION 

Time Base A and B — Calibrated sweep range; 1 ns/div to 0.5 
s/div (1-2-5 sequence) 

Variable Time Control — Time Base A provides continuously 
variable uncalibrated sweep rates between steps and to at 
least 1 .25 s/div. 

Time Base A and B Accuracy, center 8 div 



Sweep Rate 


-f 15°C to 


— 15°C to 


-f 35°C 


+ 55°C 


1 ns/div to 20 ns/div 


±3% 


±5% 


50 ns/div to 0.1 s/dlv 


±2% 


±4% 


0.2 s/div and 0.5 s/div 


±3% 


±5% 



Horizontal Display Modes — A. intensified, alternate, and B 
(delayed sweep) A only is displayed for A sweep rates of 1 . 2, 
and 5 ns/div. B ends A for increased intensity in the delayed 
mode 

Alternate Display Modes — Allows the B delayed sweep to 
appear alternately with the intensified A sweep Trace separa- 
tion control positions B (delayed sweep =4 div from the A 
sweep). 
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CALIBRATED SWEEP DELAY 

Delay Time Range — 0 to 10X delay time div setting of 10 
ns/dtv to 0 5 s/dtv 

Differential Delay Time Measurement Accuracy 



Delay Time Setting 


+ 15°C to + 35°C 


10 ns/div and 20 ns/div 


± (1% of measurement 
+ 0.2% of full scale) 


50 ns/div to 1 ms/div 


± (0.5% of measurement 
+ 0.1% of full scale) 


2 ms/div to 0.5 s/div 


± (1% of measurement 
+ 0.1% of full scale) 



Full scale is 10 times the delay time/div setting. 

Jitter — 1 part or less in 20.000 of 10X the time/div setting 



TRIGGERING A and B 

A Trigger Modes — Normal (sweep runs when triggered) 
Automatic (sweep free*runs in the absence of a triggenng sig- 
nal and for signals below 20 Hz). Single sweep (sweep runs 
one time on the first triggering event after the reset selector is 
pressed) Lights Indicate when sweep is tnggered and when 
single sweep is ready 

A Trigger Holdoff — Adjustable control permits a stable pre- 
sentation of repetitive complex waveforms. The control covers 
at least the time of one full sweep for faster than 0.2 s/div. 

B Trigger Modes — B runs after delay time (starts automati- 
cally at the end of the delay time) and B triggerable after delay 
time (runs when tnggered). The B (delayed) sweep runs once, 
in each of these modes, following the A sweep delay time. 
Time Base A and B Trigger Sensitivity 



Coupling 


To 50 MHz 


To 350 MHz 


Dc 


Internal 


0.3 div deflection 


1.5 div deflection 


External 


20 mV 


100 mV 


Ac 




Signals below 16 Hz are attenuated 


Ac 


Lf Reject 


Signals below 16 kHz are attenuated 


Ac 


Hf Reject 


Signals below 16 Hz and above 50 
kHz are attenuated 



Jitter — 0.1 ns or less at 350 MHz at 1 ns/div. 

A Trigger View — A spring-loaded pushbutton overrides other 
vertical controls and displays the external signal used for A 
sweep triggering This provides quick verification of the exter- 
nal signal and time companson between a vertical signal and 
the external trigger signal. The deflection factor is * 50 mV/div 
(0.5 V/div with external - 10 source). 

Level and Slope — Internal, permits selection of triggering at 
any point on the positive or negative slope of the displayed 
waveform External, level is adjustable through at least ±0.5 V 
for either polarity; ±5 V for Ext + 10. 

A Sources — Internal, line, external, external - 10 
B Sources — B runs after delay time, internal, external, exter- 
nal - 10 

External Inputs — R and C approx 1 Mil paralleled by * 20 
pF Max input voltage; 500 V (dc + peak ac). 500 V p-p to 1 
kHz. 

X-Y OPERATION 

Full Sensitivity X-Y (Ch 1 Vert, Ch 2 Horiz) — 5 mV/div to 5 
V/div. accurate ±2%. Y-axis bandwidth identical to Channel 1 . 
X-axis bandwidth is dc to at least 4 MHz ( - 3 dB). Phase differ- 
ence between amplifiers is 3° or less to 4 MHz. 

DISPLAY 

CRT 8 x 10 div display, each div is 0.8 cm. Horizontal and 
vertical centerlines further marked in 0.2 div increments. P31 
Phosphor standard. P1 1 optional. 21 kV accelerating potential 
Photographic Writing Speed — At least 3 div/ns with stan- 
dard P31 Phosphor and at least 6 div/ns with optional P11 
Phosphor using the TEKTRONIX C-31R Camera and 3000 
speed film. 

Auto Focus — Automatically maintains beam focus for all in- 
tensity settings 

Graticule — Internal, nonparallax; variable edge lighting; 
markings for measurement of rise time. 

Beam Finder — Compresses trace to within graticule area for 
ease in determining the location of an off-screen signal. 



Z-Axis Input — Rise time *15 ns Input R *500 W. +0.2 V 
(dc to 20 MHz) decreases intensity + 2 V (dc to 2 MHz) blanks 
max intensity trace 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: - 15*C to +55 # C. Non- 
operating - 35°C to + 75°C. Filtered forced air ventilation is 
provided 

Altitude — Operating to 15.000 ft; max allowable ambient 
temperature decreased by 1 *C/1000 ft from 5000 to 15.000 ft. 
Nonoperating to 50.000 ft. 

Vibration — Operating 15 minutes along each of the three 
axes 0 06 cm (0.025 in) p-p displacement (4 g s at 55 Hz) 10 to 
55 to 10 Hz in 1 minute cycles 

Humidity — Operating and nonoperating: 5 cycles (120 hours) 
to 95% relative humidity referenced to MIL-E-16400F (par 4.5.9 
through 4.5 9.5.1. class 4). 

Shock — Operating and nonoperating: 30 g's, 1/2 sine. 1 1 ms 
duration. 2 shocks per axis in each direction for a total of 12 
shocks 

OTHER CHARACTERISTICS 

Two-Frequency, Fast-Rise Calibrator — Output resistance is 
450 w with a rise time (positive slope) into 5 W of 1 ns or less. 1 
kHz. duty cycle 49.8% to 50.2%, Amplitude is 5 V ±0.5% into 
1 MW and 0.5 V ± 1% into 50 W ( ± 0.5%). Optional BNC acces- 
sory current loop provides 50 mA ±1% Selectable repetition 
rates are 1 kHz and 1 MHz ± 0.25%. Specifications apply over 
+ 15°C to +35°C range 

A Sweep Output — Open circuit, *10 V positive-going saw- 
tooth; into 50 W. *0.5 V. 

A and B Gate Outputs — Open circuit, *4 V positive-going 
rectangular pulse; into 50 W *0.5 V. 

Power Requirements — Recessed slide switch selects nomi- 
nal operating line range. Line voltage range is 90 V to 136 V 
and 180 V to 272 V. 60 W max power consumption at 115 V. 
Line frequency 48 to 440 Hz. 

PHYSICAL CHARACTERISTICS 





Cabinet 


Rackmount 


Dimensions 


cm 


In 


cm 


In 


Height 


16.8 


6.6 


17.7 


7.0 


Width 


30.5 


12.0 


48.3 


19.0 


Depth 






45.7 


18.0 


(handle extended) 


52.3 


20.6 






(handle not extended) 


47.0 


18.5 






Weights (Approx) 


kg 


lb 


kg 


lb 


Net 










(with accessories) 


10.9 


24 






Net 










(without accessories) 


9.5 


21 


11.9 


26.2 


Shipping 


15 


33 


24.5 


54 



INCLUDED ACCESSORIES 

50 W. 18 inch BNC cable (012-0076-00), two BNC jack posts 
(012-0092-00), two 50 W terminators (011-0049-01) clear filter 
(386-0118-00). four 3 amp fuses (159-0015-00). accessory 
pouch (016-0535-00) or (016-0537-00). Rack models also in- 
clude mounting hardware and slide out assemblies. 



ORDERING INFORMATION 



485 Oscilloscope $6975 

R485 Oscilloscope, 7 in Rack Model $7145 

INSTRUMENT OPTIONS 

Option 04 Emc Modification for 485 Add Si 10 

Option 04 Emc Modicication for R485 Add $120 

Option 78 P1 1 Phoaphor Add $35 

INTERNATIONAL POWER CORDS AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/18A No Charge 

Option A2 UK 224 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



For more information on instrument options, see your Tek- 
tronix Sales Engineer. Distributor, or Representative 



OPTIONAL ACCESSORIES 

Probes — 



Input 

Terminal 


Probe 

Type 


Attenua- 

tion 


Input 

Impedance 


Bandwidth* 

with 

485 




P6056 
6 ft 


10X 


500 n 
1 PF 


350 MHz 




P6057 
6 ft 


100X 


5000 n 
1 pF 


350 MHz 


50 V. 
Input 


P6201 
FET 
2 Meter 


IX 

10X Head 


ioo kn 

3 pF 
i md 
1.5 pF 


330 MHz 






100X Head 


1 MO 
1.5 pF 




50 fl or 

1 m 


P6202 
2 Meter 


10X 

100X Head 
(optional) 


10 MU 
2pF 


285 MHz 




P6106 
2 Meter 


10X 


10 MQ 
13 pF 


250 MHz 


1 Mfi 
Input 


P6063B 
6 ft 


IX 

Switchablc 

10X 


i m 
12 pF 


6 MHz 








10 MO 
14 pF 


200 MHz 


Current 

Probe 


Probe 

Type 


Cali- 

bration 


Insertion 

Impedance 


Bandwidth* 

with 

485 




P6022 


1 mA/mV 
10 mA/mV 
(Select- 
able) 


0.03 n @ 

1 MHz In- 
creasing 
to 

0.2 n @ 

120 MHz 


130 MHz 



•Bandwtdths are measured at the upper - 3 dB. and apply only 
to the cable length shown. Generally, shorter cable lengths in- 
crease bandwidth, longer ones decrease bandwidth. 

Current Loop Adapter — The adapter provides an accurate 
50 mA squarewave calibrator when connected to the 485 volt- 
age calibrator The rise time is *25 ns. 

Order 012-0341-00 «... $45 

50 Q 5X Pad — Provides reverse termination for the calibrator 

Order 011-0060-02 $35 

Folding Viewing Hoods — Folds to 7/16 x 4 1/2 x 7 1/2 in (1 .2 
x 11.5 x 19.1 cm). 

Order 016-0274-00 $15 

Folds to 9/16 x 6 3/4 x 13 3/4 in (1 .4 x 17.2 x 34 9 cm). 

Order 016-0082-00 $15 

SCOPE-MOBILE' Cart — Occupies <18 in aisle space, has 
storage area in base 

Order 200C $265 

1105 Battery Power Supply — 

Order 1 105 Battery Power Supply $1240 

Rack Adapter — 016-0558-00 $275 

RECOMMENDED CAMERAS 

C-30BP General Purpose Camera — Includes 016-0306-01 
mounting adapter 

Order C-30BP $1245 

C-31BP High Speed Camera — Includes 016-0306-00 mount- 
ing adapter 

Order C-31BP $1430 

For further information see Camera section. 



Tektronix offers maintenance training classes on instru- 
ments in the 400 Series and multi-media training packages 
on Digital Counter and Meter Concepts and Basic Oscillo- 
scope Maintenance Concepts. For further training informa- 
tion. contact your local Sales Office or request a copy of 
the Tektronix Customer Training Catalog on the return 
card. 



TJOL/' 250 MHz AND 200 MHz 
I Llr\ DUAL TRACE OSCILLOSCOPES 








475/475A 



1 ns/div Sweep Rate (475) (475A) 
with XI 0 Sweep Magnifier 



Determining deflection factors used to be error- 
prone and costly Now, it’s a problem of the 
past readout lights behind knob skirts automati- 
cally indicate the proper probe tip deflection 
factors for recommended IX and 10X probes 



Trigger View 

Versatile Trigger Selection 
Battery Operation (Optional) 
Weighs *=10.3 kg (22.75 lb) 



Both of these Tektronix Portables feature high 
performance and light weight for making complex 
measurements in the field. 

1) The 475A provides a 250 MHz bandwidth at 5 
mV/div. It features wider bandwidth than the 475, 
plus a more concise spot size and trace for 
particular applications 

2) With 200 MHz at 2 mV/div, the 475 features 
better sensitivity than the 475A This 
bandwidth/sensitivity combination is useful in a 
wide variety of measurements. 

Both the 475 and 475A offer 2% (1 ns/div) or 1% 
(10 ns/div) timing accuracy, which can be critical 
in servicing computers. 

Both oscilloscopes are light, compact, and rug- 
ged for portability and durability, yet each con- 
tains a large, bright 8 x 10 cm CRT. Operation has 
been simplified by single-function pushbuttons, 
control knob design, layout, and color-coordinat- 
ed front panels 



Measuring with respect to ground is important in 
many applications. This is controlled at the probe 
when de coupled by simply pressing the small 
ground reference button on recommended 
probes. 

You can choose from the 1105 or 1106 Battery 
Packs. Both are small and light weight, and pro- 
vide a ready solution for making accurate mea- 
surements in difficult environments such as con- 
ducted emc, ground loops, power line 
fluctuations or where line power is nonexistent. 

Applications for these instruments are wide- 
spread The 475 performs tests and measure- 
ments aboard flight test aircraft, in both station- 
ary and portable modes. 

CHARACTERISTICS 

All characteristics are common to the 475 and 475A except 
where indicated. 

VERTICAL DEFLECTION 
(2 Identical Channels) 

Bandwidth* and Rise Time — (At all deflection factors from 
50 11 terminated source). 





-15°C to + 40°C 


+ 40°C to +55°C 


475 


Dc to 200 MHz, 1.8 ns 


175 MHz, 2.0 ns 


475A 


Dc to 250 MHz, 1.4 ns 


250 MHz, 1.4 ns 



•Measured at -3 dB. bandwidth may be limited to =20 MHz 
by bandwidth limit switch. 

Lower 3 dB point, ac coupling IX probe: 10 Hz or less. 10X 
probe 1 Hz or less 



Deflection Factor at BW — 

475 — 2 mV/div to 5 V/div 
475A — 5 mV/div to 10 V/div 

1-2-5 sequence, accurate ±3%. Uncalibrated, continuously 
variable between steps and to at least 12.5 V/div (475) to at 
least 25 V/div (475A). In cascade mode sensitivity is =400 
#iV/div (475); and =2.5 mV/div (475A). Cascaded bandwidth is 
at least 50 MHz (475/475A) when signal out is terminated 
in 50 11. 

Display Modes — Ch 1 ; Ch 2 (normal and inverted), alternate, 
chopped — ( = 1 MHz rate), added; X-Y (Ch 1-X, Ch 2-Y). 
Cmrr — Common-mode rejection ratio at least 20 dB at 1 kHz 
for common-mode signals of 8 div or less 
Automatic Scale Factor — Probe tip deflection factors for 1 X 
or 10X coded probes are automatically indicated by two read- 
out lights behind the knob skirts. All lights are off when the 
channel is not displayed Ground reference display selectable 
at probe (when dc coupled) 

Input R and C — 1 Mil ±2%. paralleled by =20 pF. 



Max Input Voltage 



Dc coupled 


250 V (dc + peak ac) 

500 V (p-p ac at 1 kHz or less) 


Ac coupled 


500 V (dc + peak ac) 

500 V (p-p ac at 1 kHz or less) 



Delay Line — Permits viewing leading edge of displayed 
waveform 



Probe Power — Connectors provide correct voltages for two 
optional P6201 FET Probes. 

HORIZONTAL DEFLECTION 

Time Base A and B — 0.01 *iS/div to 0.5 s/div (1-2-5 se- 
quence) X10 mag extends max sweep rate to 1 ns/div. 
Variable Time Control — Time Base provides continuously 
variable uncalibrated sweep rates between steps and to at 
least 1.25 s/div. Warning light indicates uncalibrated setting 

Time Base A and B Accuracy, full 10 cm 





+ 20°C to +30°C 


— 15°C to +55°C 


Unmagnified 


±1% 


±2% 


Magnified 


±2% 


±3% 



Horizontal Display Modes — A, mixed sweep. A intensified. B 
delayed. B ends A for increased intensity in the delayed mode. 
Calibrated Mixed Sweep — Displays A sweep for period de- 
termined by delay-time position control, then displays B sweep 
for remainder of horizontal sweep. 

CALIBRATED SWEEP DELAY 

Delay Time Range — 0 to XI 0 delay time/div settings of 50 ns 
to 0.5 s (minimum delay time is 50 ns). 

Differential Time Measurement Accuracy — 



Delay Time Setting 


+ 15°C to + 35°C 


over one or more 
major dial divisions 


±1% 


less than one major 
dial division 


±0.01 major 
dial division 



Jitter — One part or less in 50.000 (0.002%) of XI 0 the A 
sweep time/div setting. One part in 20.000 when operating 
from 50 Hz line. 



TRIGGERING A AND B 

A Trigger Modes — Normal (sweep runs when triggered) 
Automatic (sweep free-runs in the absence of a triggering sig- 
nal and for signals below 30 Hz). Single Sweep (sweep runs 
one time on the first triggering event after the reset selector is 
pressed). Lights indicate when sweep is triggered and when 
single sweep is ready. 



230 




TEK 



400 

SERIES 



A Trigger Holdoff — Adjustable control permits a stable pre- 
sentation of repetitive complex waveforms 
B Trigger Modes — B runs after delay time (starts automati- 
cally at the end of the delay time) and B triggerable after delay 
time (runs when triggered) The B (delayed) sweep runs once, 
in each of these modes, following the A sweep delay time 



Time Base A and B Trigger Sensitivity and Coupling — 







475 


475A 


Coupling 


To 40 
MHz 


At 200 
MHz 


to 40 
MHz 


At 250 
MHz 


Dc 


Internal 


0.3 div 
deflec- 
tion 


1.5 div 
deflec- 
tion 


0.3 div 
deflec- 
tion 


2.0 div 
deflec- 
tion 


External 


50 mV 


250 mV 


50 mV 


250 mV 




External 

-*• 10 


500 mV 


2.5 V 


500 mV 


2.5 V 


Ac 


Requirements increase below 60 Hz 


Ac Lf Reject 


Requirements increase below 50 kHz 


Ac Hf Reject 


Requirements increase below 60 Hz 
and above 50 kHz 



475 Jitter — 0.2 ns or less at 200 MHz and 1 ns/div. 

475A Jitter — 0.2 ns or less at 250 MHz and 1 ns/div. 

A Trigger View — A spring-loaded pushbutton overrides other 
vertical controls and displays the external signal used for A 
sweep triggering. This provides quick verification of the signal 
and time comparison between a vertical signal and the trigger 
signal The deflection factor is =*=50 mV/div (0.5 V/div with ex- 
ternal -r 10 source). 

Level and Slope — Internal, permits selection of tnggenng at 
any point on the positive or negative slope of the displayed 
waveform Level adjustment through at least ±2 V in external, 
through at least ±20 V in external 4- 10. 

A Sources — Norm. Ch 1 . Ch 2. line, external, and external - 
10 . 

B Sources — Starts after delay, norm. Ch 1. Ch 2. and 
external. 

External Inputs — R and C = 1 Mil paralleled by =20 pF. 250 
V (dc + peak ac) max input. 

X-Y OPERATION 

Full-Sensitivity X-Y (Ch 1 Horiz. Ch 2 Vert) — 2 mV/div to 5 
V/div (475), 5 mV to 10 V/div (475A) accurate ±3%. Bandwidth 
is dc to at least 3 MHz Phase difference between amplifiers is 
1 • or less from dc to 1 MHz. 

DISPLAY 

CRT — 8 x 10 cm display Honzontal and vertical centerlines 
further marked in 0.2 cm increments P31 Phosphor standard; 
P11 optional. 18 kV accelerating potential 
Qraticule — Internal, nonparallax, vanabie edge lighting; 
markings for measurement of nse time 
Beam Finder — Compresses trace to within graticule area for 
ease in determining the location of an off-screen signal A pre- 
set intensity level provides a constant brightness 
Z-Axis Input — Dc coupled, positive-going signal decreases 
intensity. 5 V p-p signal causes noticeable modulation at nor- 
mal intensity; dc to 50 MHz. 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: -15°C to +55°C. Non- 
operating -55°C to + 75°C. Filtered forced air ventilation is 
provided 

Altitude — Operating to 15,000 ft; max allowable ambient 
temperature decreased by 1 °C/1000 ft from 5000 to 15.000 ft. 
Nonoperating to 50.000 ft. 

Vibration — Operating 15 minutes along each of the three 
axes. 0 06 cm (0.025 in) p-p displacement (4 g s at 55 Hz) 10 to 
55 to 10 Hz in 1 minute cycles 

Humidity — Operating and nonoperating: 5 cycles (120 hours) 
to 95% relative humidity referenced to MIL-E-16400F (par 4.5.9 
through 4.5.9 5.1. class 4). 

Shock — Operating and nonoperating: 30 g s 1/2 sine. 1 1 ms 
duration. 2 shocks per axis in each direction for a total of 12 
shocks 



OTHER CHARACTERISTICS 
Amplitude Calibrator 



Output Voltage 


0.3 V 


1% 

0°C to +40°C 


Output Current 


30 mA 


2% 

+ 20°C to *f 30°C 


Frequency 


Approx 1 kHz 





Vertical Signal Output — Ch 2 vertical signal is dc to at least 
50 MHz (-3 dB). and =10 mV/div terminated mto 50 Q, and 
= 20 mV/d»v terminated in 1 Mi] 

Qate Outputs — Positive gates from both time bases (=5 V). 
Power Requirements — Quick-change line voltage selector 
provides six ranges 110 V. 115 V. 120 V. 220 V. 230 V. and 
240 V. each ± 10% 48 to 440 Hz. or 100 watts max at 1 15 V 
and 60 Hz Operation from 12 or 24 V dc is available with 
Option 07. 

PHYSICAL CHARACTERISTICS 



Dimensions 


Cab 

cm 


inet 

In 


Rackr 

cm 


nount 

In 


Height (w/o pouch) 


15.7 


6.2 


17.7 


7.0 


Width (with handle) 


32.8 


13.1 


48 3 


19.0 


Depth 

(with panel cover) 


46.0 


18.1 


45.7 


18.0 


Depth 

(handle extended) 


51.6 


20.3 






Weights (approx) 


kg 


lb 


kfl 


lb 


Net (without panel 
cover) 


10.3 


22.8 


13.3 


29.4 


Net (with panel cover 
and accessories) 


11.5 


25.3 






Shipping 


16.7 


37.0 


26.3 


58.0 



INCLUDED ACCESSORIES 

Two P6106 10X probes (010-6106-03). blue accessory pouch 
(016-0594-00). clear pouch (016-0537-00), blue CRT light filter 
(337-1674-00). clear CRT light filter (337-1674-01). BNC male 
to ground wire (134-0016-01). two 1 1/2-amp fuses (159-0016- 
00). one 3/4-amp fuse (159-0042-00). Rack models also include 
mounting hardware and slide out assemblies, do not include 
accessory pouches 



ORDERING INFORMATION 



475 Oscilloscope $3960 

475A Oscilloscope $4410 

R475 Rackmount Oscilloscope $4130 

R475A Rackmount Oscilloscope $4580 

475 DM 44 DM 44 info on page 233 $4465 

475 A DM 44 (order 475A 44) $4915 

INSTRUMENT OPTIONS 
Option 01 Delate Temperature 

Probe on DM 44 Sub $80 

Option 04 Emc Modification Add $140 

Option 07 Ext Dc Operation Add $220 

Option 07 cannot be ordered with DM 44. 

Option 78 P1 1 Phosphor Add $35 



Modification kits for field conversion of existing 475s or 475As 
to Option 04. Option 07. or DM 44 equipped scopes are avail- 
able These are typically more expensive than when the option 
is ordered with the instrument Contact your Tektronix Sales 
Engineer. Distributor, or Representative for information 

INTERNATIONAL POWER CORDS AND PLUG OPTIONS 



Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



Tektronix offers maintenance training classes on instru- 
ments in the 400 Series and multi-media training packages 
on Digital Counter and Meter Concepts and Basic Oscillo- 
scope Maintenance Concepts. For further training informa- 
tion. contact your local Sales Office or request a copy of 
the Tektronix Customer Training Catalog on the return 
card. 



OPTIONAL ACCESSORIES 

Probes — 



Probe 

Type 


Attenuation 


Input 

Impedance 


Bandwk 

475 


Ith* with 
475A 


P6063B 
6 ft 


IX 

Switchable 

10X 


1 MD 
105 pF 

10 MH 
14 pF 


6 

MHz 

145 

MHz 


6 

MHz 

160 

MHz 


P6202 
FET 
Probe 
2 Meter 


10X 


10 MD 
2pF 


185 

MHz 


220 

MHz 


100X Head 


io Mn 

2pF 


185 

MHz 


220 

MHz 


Ac Head 


10 Mfl 
4pF 


185 

MHz 


220 

MHz 


Current 

Probe 


Calibration 


Insertion 

Impedance 


Bandwidth with 
475 475A 


P6022 
5 ft 


1 mA/mV 
10 mA/mV 
(Selectable) 


0.03 V. @ 
1 MHz In- 
creasing 
to 

0.2 n @ 

120 MHz 


125 

MHz 


160 

MHz 



’Bandwidths are measured at the upper - 3 dB and apply only 
to the cable length shown Generally shorter cable lengths in- 
crease bandwidth, longer ones decrease bandwidth 



Folding Polarized Viewing Hood — 

Order 016-0180-00 $40 

Collapsible Viewing Hood — Binocular — 

Order 016-0566-00 .. $15 

Protective Cover — Waterproof, blue vinyl 

Order 016-0554-00 $17 

Mesh Filter — Improves contrast and emc filtering 

Order 378-0726-01 $45 

SCOPE-MOBILE' Cart — Occupies <18 in aisle space, has 
storage area in base. 

Order 200C $265 

1105 Battery Power Supply $1240 

Rack Adapter (not for use with DM 44) — 

Order 016-0556-00 $275 



RECOMMENDED CAMERA 

C-30BP Option 01 General Purpose Compact Camera 

Includes 016-0301-01 mounting adapter/corrector lens 

Order C-30BP Option 01 — ............................ $1285 

For further information see Camera section. 



Battery Packs 




The 1 106 is a convenient, snap-on battery power 
supply for TEKTRONIX 455. 464. 465B. 466, 475 or 
475A Oscilloscopes when the scope is ordered 
with Option 07 

Output Power — 22 to 26 V dc; 100 watt-hours from full 
charge 

Charging Power Source — 90 to 132 V ac. 50 to 400 Hz; or 
180 to 264 V ac. 50 to 400 Hz. 

Charging Time — 14 to 16 hours. 

Weight — 7.2 kg (16 lb). 

Order 1106 Battery Pack 



$905 



TCTU' 100 MHz 

I Ll\ DUAL TRACE OSCILLOSCOPE 




465B/DM44 



100 MHz at 5 mV/div 



2 ns/div Sweep Rate with X10 Sweep Mag 
Trigger View 

Versatile Trigger Selection 
Alternate Sweep 



The 465B offers upgraded performance to match 
advancements in technology, while providing im- 
proved trace quality, easier maintenance, and 
greater operator flexibility 

Improved trace selection versatility allows you to 
choose channel 1 and/or channel 2, sum or 
difference, and A trigger view in any combination. 

In addition, the 465B has all the features of the 
original 465 5 mV/div vertical trace, delayed 
sweep, the differential time/DMM option, and a 
sharp, bright 8 x 10 cm CRT. 

VERTICAL DEFLECTION 

(2 Identical channels) 

Bandwidth* and Rise Time — (at all deflection factors from 
50 U terminated source) 



— 15°C to + 40°C 


+ 40°C to + 55°C 


Dc to 100 MHz, 3.5 ns 


85 MHz, 4.1 ns 



•Measured at 3 dB. Bandwidth may be limited to = 20 MHz 
by bandwidth limit switch. 



Cascaded bandwidth is at least 50 MHz when signal out is 
terminated in 50 Q. 

Lower -3 dB point, ac coupling IX probe: 10 Hz or less. 10X 
probe: 1 Hz or less 

Deflection Factor at BW — 5 mV/div to 5 V/div 
1-2-5 sequence, accurate ±3%. Uncalibrated, continuously 
variable between steps and to at least 12.5 V/div LED warning 
light indicates uncalibrated setting In cascade mode sensitivity 
is =1 mV/div. 



Display Modes — Ch 1; Ch 2 ADD (normal and inverted), 
alternate, chopped— = 500 kHz rate, in any combination elec- 
tronically switched. 

Cmrr — Common-mode rejection ratio at least 20 dB at 20 
MHz for common-mode signals of 6 div or less 
Automatic Scale Factor — Probe tip deflection factors for IX 
or 10X coded probes are indicated by two readout lights behind 
knob skirts LEDs are off when channel not displayed. Ground 
reference display selectable at probe (when dc coupled) 

Input R and C — 1 MU ±2%, paralleled by =20 pF 

Max Input Voltage — 



Dc coupled 


250 V (dc + peak ac) 

500 V (p-p ac at 1 kHz or less) 


Ac coupled 


250 V (dc + peak ac) 

500 V (p-p at 1 kHz or less) 



Delay Line — Permits viewing leading edge of displayed 
waveform 

HORIZONTAL DEFLECTION 

Time Base A — 0 02 *is/div to 0.5 s/div (1-2-5 sequence). XI 0 
mag extends max sweep rate to 2 ns/div. LED indicates XI 0 
mag. 

Time Base B — 0.02 ^s/div to 50 ms/div (1-2-5 sequence) 
XI 0 mag extends max sweep rate to 2 ns/div. LED indicates 
XI 0 mag 

Vanable Time Control — Time Base A provides continuously 
variable uncalibrated sweep rates between steps and to at 
least 125 s/div LED warning light indicates uncalibrated 
setting 



Time Base A and B Accuracy, full 10 cm 





+ 20°C to +30°C 


-15°C to + 55°C 


Unmagnified 


±2% 


±3% 


Magnified 


±3% 


±4% 



Horizontal Display Modes — A. A intensified, alternate (A in- 
tensified and B delayed), B delayed B ends A for increased 
intensity in the delayed mode Electronic switching between in- 
tensified and delayed sweep. A sweep and B sweep may be 
viewed simultaneously 

CALIBRATED SWEEP DELAY 

Delay Time Range — 0.2 to XI 0 delay time/div settings of 200 
ns to 0 5 s 



Differential Time Measurement Accuracy — 



Delay Time Setting 


+ 15°C to + 35°C 


over one or more 
major dial divisions 


±1% 


less than one major 
dial division 

Jitter — 1 part or less in 50,000 
time/div setting. 1 part in 20.00C 


±0.01 major 
dial divisions 
(0.002%) of 10X the A sweep 
i when operating from 50 Hz 



line. 



TRIGGERING A AND B 

A Tngger Modes — Normal (sweep runs when triggered), 
automatic (sweep runs in the absence of a triggering signal and 
for signals below 30 Hz). Single Sweep (sweep runs one time 
on the first triggering event after the reset selector is pressed) 
LED lights indicate when sweep is triggered and when single 
sweep is ready 

A Trigger Holdoff — Adjustable control permits a stable pre- 
sentation of repetitive complex waveforms. 

B Trigger Modes — B runs after delay time (starts automati- 
cally at the end of the delay time) and B triggerable after delay 
time (runs when triggered) The B (delayed) sweep runs once, 
in each of these modes, following the A sweep delay time. 

Time Base A and B Trigger Sensitivity and Coupling — 



COUPLING 


to 25 MHz 


At 100 MHz 


Internal 


0.3 div 


1.5 div 


Dc 


deflection 


deflection 


External 


50 mV 


150 mV 


External -M0 


500 mV 


1.5 V 


Ac 


Requirements increase 
below 60 Hz 


Ac Lf Reject 


Requirements increase 
below 50 kHz 


Ac Hf Reject 


Requirements increase 
below 60 Hz and above 
50 kHz 



Jitter — 0.5 ns or less at 100 MHz and 2 ns/div 
Zero Delay A Tngger View — Electronically switched trigger 
view displays the external signal used for A sweep triggering. 
This provides quick verification of the signal and time compari- 
son between a vertical signal and the trigger signal which can 
be displayed simultaneously. The deflection factor is =100 
mV/div (1 V/div with external - 10). 

Level and Slope — Internal, permits selection of triggering at 
any point on the positive or negative slope of the displayed 
waveform Level adjustment through at least ±2 V in external, 
through at least ±20 V in external -10. 

A Sources — Norm. Ch 1. Ch 2. line, external, and external 
-10 

B Sources — Starts after delay, norm. Ch 1. Ch 2. and exter- 
nal. 

External Inputs — R and C = 1 MU paralleled by =20 pF. 250 
V (dc + peak ac) max input. 

X-Y OPERATION 

Full-sensitivity X-Y (Ch 1 Horiz. Ch 2 Vert) — 5 mV/div to 5 
V/div. accurate ±4% Bandwidth is dc to at least 4 MHz 
Phase difference between amplifiers is 3° or less from dc to 50 
kHz 

DISPLAY 

CRT — 8 x 10 cm dispiay Horizontal and vertical centerlines 
further marked in 0.2 cm increments. P31 phosphor standard. 
P11 optional 18 kV accelerating potential. 

Graticule — Internal, nonparallax, variable edge lighting, 
markings for measurement of nse time. 

Beam Finder — Compresses trace to within graticule area for 
ease in locating an offscreen signal. A preset intensity level 
provides a constant brightness 

Z-Axis Input — Dc coupled, positive-going signal decreases 
intensity. 5 Vp-p signal causes noticeable modulation at nor- 
mal intensity; dc to 50 MHz 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: - 15°C to +55®C. Non- 
operating 62 °C to + 85 °C. Filtered forced air ventilation is 
provided 

Altitude — Operating: to 15.000 ft. max allowable ambient 
temperature decreased by 1 °C/1000 ft from 5000 to 15,000 ft 
Nonoperating to 50.000 ft. 

Vibration — Operating 15 minutes along each of the three 
axes. 0 06 cm (0.025 in) p-p displacement (4 g s at 55 Hz) IQ- 
55 - 10 Hz in 1 minute cycles. 

Humidity — Operating and nonoperating 5 cycles (120 hours) 
to 95%-97% relative humidity as specified in MIL-T-28800B 
(par 3.9.2 2). 

Shock — Operating and nonoperating 30 g s 1/2 sine. 11 ms 
duration. 3 shocks per axis in each direction for a total of 18 
shocks 
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OTHER CHARACTERISTICS 
Amplitude Calibrator — 



Output Voltage 


0.3 V 


1 % 

0°C to + 40°C 


Output Current 


30 mA 


2% 

+ 20°C to + 30°C 


Frequency 


Approx 
1 kHz 





Vertical Signal Output — Ch 1 vertical signal is dc to at least 
50 MHz ( 3 dB). and ^25 mV/div terminated into 50 it. and 
5 50 mV/div terminated into 1 MU 

Gate Outputs — Positive gates from both time bases (=5 V). 
Power Requirements — Quick-change line voltage selector 
provides six ranges. 110 V. 115 V, 120 V. 220 V, 230 V. and 
240 V. each ± 10%. 48 to 440 Hz. 85 watts max at 115 V and 
60 Hz Operation from 12 or 24 V dc is available with Opt 07 

PHYSICAL CHARACTERISTICS 





Cabinet 


Rackmount 


Dimensions 


cm 


in 


cm 


in 


Height 


15.7 


6.2 


17.7 


7.0 


Width (with handle) 


32.8 


13.1 


48 3, 


19.0 


Depth 

(with panel cover) 


46.0 


18.1 


45.7 


18.0 


Depth 

(handle extended) 


51.6 


20.3 






Weights (approx) 


kg 


lb 


kg 


lb 


Net (without 
panel cover) 


10.3 


22.8 


13.3 


29.4 


Net (with panel 
cover and 
accessories) 


11.5 


25.3 






Shipping 


16.7 


37.0 


126.3 


58.0 



INCLUDED ACCESSORIES 

Two P6105 10X probes (010-6105-03). blue accessory pouch 
(016-0535-02). clear pouch (016-0537-00). blue CRT light filter 
(337-1674-00). clear CRT light filter (337-1674-01). ground wire 
(134-0016-01), two 1 1/2-amp fuses (159-0016-00). one 3/4- 
amp fuse (159-0042-00). Rack models also include mounting 
hardware and slide out assemblies, but not pouches 



ORDERING INFORMATION 

465B Oscilloscope $2995 

R465B Rackmount Oscilloscope $3165 

465B44 Oscilloscope DMM $3500 

INSTRUMENT OPTIONS 
Option 01, Delete Temperature Probe on 

465B44 Sub $80 

Option 04, Emc Modification Add $140 

Option 05. TV Sync Separator (Provides triggering on TV field 

and TV line) Add $260 

Option 07, Ext Dc Operation Add $220 

Option 07 cannot be ordered with 465B44. 

Option 78, P1 1 Phosphor $35 



Modification kits for field conversion of existing 465Bs. to Op- 
tion 04. Option 07. or 465B44 scopes are available These are 
typically more expensive than when the option is ordered with 
the instrument. Contact your Tektronix Sales Engineer. Distrib- 
utor. or Representative for information. 

INTERNATIONAL POWER CORDS AND PLUG OPTIONS 



Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OPTIONAL ACCESSORIES 

Probes — 



Probe 

Type 


Attenuation 


Input 

Impedance 


Band- 

width* 


P6063B 
6 ft 


IX 

Switchable 

10X 


1 Mlt 
105 pF 

10 M12 
14 pF 


6 

MHz 

90 

MHz 


P6202 

FET 


10X 


10 M12 
2pF 


100 

MHz 


Probe 
2 Meter 


100X Head 


10 MO 
2pF 


100 

MHz 




Ac Head 


io m n 

4 pF 


100 

MHz 


Current 

Probe 


Calibration 


Insertion 

Impedance 




P6022 
5 ft 


1 mA/mV 
10 mA/mV 
(Selectable) 


0.03 12 @ 1 MHz 
Increasing to 
0.2 Q @ 120 MHz 


85 

MHz 



'Bandwidths are measured at the upper - 3 dB and apply only 
to the cable length shown, generally, shorter cable lengths in- 
crease bandwidth 




DM 44 DIFFERENTIAL-TIME/DMM OPTION 

1% timing measurements were never this easy! 
With the DM 44 Option, available on five 
TEKTRONIX 400 Series Portables, time intervals 
can be read directly from the 3 1/2 digit LED 
Screen Simply use the Delay Time control and 
the A time dial to position intensified spots at the 
beginning and end of the interval you wish to 
measure Next, switch to delayed sweep and use 
the A time dial to superimpose the end of the 
interval on the beginning. Then read its differen- 
tial time or frequency from the 3 1/2 digit LED 
panel It’s that simple Time intervals are accurate 
to 1% and the frequency of periodic waveforms 
can be read out with 2% accuracy by simply 
pushing the 1/Time button 
Compare the DM 44 sequence with the measure- 
ment technique you may now be using. Calculat- 
ing the interval from the CRT may take 10 times 
as long 

Voltage, resistance, and temperature measure- 
ments are also much easier with a DM 44- 
equipped 400 Series Oscilloscope The DM 44 
measures dc voltage with 0.1% accuracy, resis- 
tance with 0.3% accuracy, and temperature from 
-55°C to 150°C Previously, you would have 
needed a separate DMM and digital thermometer 
in addition to your oscilloscope Now. these fea- 
tures are combined in one small, inexpensive, in- 
tegral package 

The DM 44 is available as a factory installed op- 
tion on the 464, 465B. 466. 475 and 475A 
Portables It adds Delta Delayed Sweep and inde- 
pendent DMM capabilities to these 400 Series 
Scopes First, consider your bandwidth, sensitiv 
ity, storage, and price requirements. Then specify 
the DM 44 Option for simple and accurate digital 
measurements 

DM 44 CHARACTERISTICS 



Timing Measurements 



Differential Time Delay Accuracy — 


+ 15°C to +35°C 


-15°C to + 55°C 


used with 464, 465B, 
466. 475, and 475A 


used with 464. 
465B, and 466 


used with 475 
and 475A 


within 1% of 
reading 
± 1 count 


within 2.5% 
of reading 
± 1 count 


within 1.5% 
of reading 
± 1 count 


1/Time Accuracy — 


-f 15°C to + 35°C 


— 15°C to + 55°C 


used with 464, 465B, 
466. 475. and 475A 


used with 464. 
465B, and 466 


used with 475 
and 475A 


within 2% of 
reading 
± 1 count 


within 3.5% 
of reading 
± 1 count 


within 3% 
of reading 
± 1 count 



DC Voltage 

Ranges — 0-200 mV. 0-2 V. 0-20 V. 0-200 V. 0-1.2 kV. 

Resolution — 100 *iV 

Accuracy — Within 0.1% of readint ± 1 count. 

Input Resistance — 10 MU for all ranges. Removal of an inter- 
nal strap increases resistance to =1000 MU on 200 mV and 
2V ranges 

Normal-Mode Rejection Ratio — At least 60 dB at 50 Hz and 
60 Hz 

Common-Mode Rejection Ratio — At least 100 dB at dc. 80 
dB at 50 Hz and 60 Hz. 

Recycle Rate — =3.3 measurements/s 
Response Time — Within 0.5 s 



Maximum Safe Input Voltage — ±1200 V dc + peak ac 
between + and common inputs or between + and chassis 
± 500 V (dc + peak ac) common floating voltage between 
common and chassis 



Resistance 



Ranges — 0-200 it. 0-2 kit, 0-20 kit. 0-200 kit, 0-2 Mli and 0- 
20 Mit 


Resolution — 0.1 it. 
Accuracy — 

Range 




Accuracy 


200 12 


within 0.25% ±1 count 
+ probe resistance 


2 k!2, 20 k!2. 200 k!2, 2 Mfl 


within 0.25% ± 1 count 


20 M12 




within 0.3% ±1 count 


Recycle Rate — =3.3 measurements/s 


Response Time — 

200 12 through 
200 kV ranges 




within 1 s 


2 M12 ranges 
20 Ml 2 ranges 


within 5 s 



Maximum Safe Input Voltage — 120 V RMS between + and 
common inputs. 

Temperature Using P6430 Probe 



Range 55°C to + 150°C. 

Accuracy — 



DM 44 
Temp 


P6430 
Tip Temp 


Accuracy 
probe 
calibrated 
to DM 44 


+ 15°C to 


-55°C to 


±2°C 


+ 35°C 


-f 150°C 






-55°C to 


±3°C 


-15°C to 


+ 125°C 




+ 55°C 


+ 125°C to 
+ 150°C 


±4°C 



INCLUDED ACCESSORIES 

One pair. Test Leads (003-0120-00). one P6430 Temperature 
Probe (010-6430-00) 



ORDERING INFORMATION 



465B DM 44 (Order 465B 44) $3500 

475 DM 44 Oscilloscope/DMM $4465 

475A DM 44 (Order 475A 44) $4915 

466 DM 44 Oscilloscope/DMM $6890 

464 DM 44 Oscilloscope/DMM $5670 

INSTRUMENT OPTIONS 

Option 01 Delete Temperature Probe Sub $80 



Modification kits for field conversion of existing 464s. 465s. 
466s, 475s. and 475As to DM 44-equipped scopes are avail- 
able These are typically more expensive than when the option 
is ordered with the instrument. Contact your Tektronix Sales 
Engineer. Distributor, or Representative for information. 
INTERNATIONAL POWER CORDS AND PLUG OPTIONS 



Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North Amencan 240 V/15A No Charge 



For information on hoods, covers, filters, carts, battery 
packs, rack adapter, and cameras, see previous page. 





TCL/ 100 MHz DUAL TRACE 
I LZr\ TRI-SERVICE STANDARD OSCILLOSCOPE 




465M (AN/USM)425 (v) 1 



Fully Provisioned through the Federal 
Supply System 

Meets MIL-T-28800, Type II, Class 4, 
Style C for the Environmental 
Conditions Listed 

100 MHz at 5 mV/div, Dual Trace, 
Delayed Sweep 

Accepted and Specified by All 
Branches of the Military and by 
Several Civil Agencies 



CHARACTERISTICS 

VERTICAL SYSTEM 

Bandwidth and Rise Tima — Dc to at least 100 MHz (-3 dB) 
and rise time 3.5 ns or less for dc coupling and -15"C to 
+ 55°C. For ac coupling the lower 3 dB point is 10 Hz or less 
with a IX probe and 1 Hz or less with a 10X probe. 
Bandwidth Limit Mode — Bandwidth limited to 20 MHz. 
Deflection Factor — 5 mV/div to 5 V/div in 10 steps (1-2-5 
sequence) Dc accuracy: ±2%0°Cto +40°C; ±3%. -15’C 
to 0°C. + 40°C to +55°C. Uncalibrated, continuously vanable 
between settings, and to at least 12.5V/div. 

Common-Mode Rejection Ratio — 25:1 to 10 MHz; 10:1 
from 10 to 50 MHz. 6 cm smewave. (ADD Mode with Ch 2 
inverted.) 

Display Mode* — Ch 1 , Ch 2 (normal or inverted), alternate, 
chopped (250 kHz rate), added. X-Y. 

Input R and C — 1 MO ±2%. 20 pF 

Max Input Voltage — Dc or ac coupled: ±250 V dc -l- peak 

ac at 50 kHz, derated above 50 kHz. 

Cascaded Operation — (Ch 2 Out into Ch 1), Bandwidth, dc 
to at least 40 MHz Sensitivity. 1 mV/div when terminated in 
50 W at Ch 1 input with both Ch 1 and Ch 2 V/div switches set 
to 5 mV/div 



HORIZONTAL DEFLECTION 

Time Base A — 0.5 s/div to 0.05 jiS/div in 22 steps (1-2-5 
sequence) XI 0 mag extends fastest sweep rate to 5 ns/div. 
Time Base B — 50 ms/div to 0.05 ^s/div in 19 steps (1-2-5 
sequence) XI 0 mag extends fastest sweep rate to 5 ns/div. 
Accuracy — 





Unmagnified 


Magnified 


+ 20°C to + 30°C 


±2% 


±3% 


— 15°C to + 55°C 


±3% 


±4% 



If you're a contractor involved in designing and 
specifying systems for the government, here's a 
100 MHz oscilloscope that should top your re- 
commended support equipment list— the 
TEKTRONIX 465M Portable Oscilloscope. 

The TEKTRONIX 465M is the AN/USM-425 (v) 1 
tri-service standard 100 MHz portable oscillo- 
scope The instrument is accepted, fully 
provisioned, and supported throughout the Feder- 
al Supply System. Because the MIL manuals and 
support documentation are already complete, 
your required paper work is greatly reduced and 
it's much simpler for the government to accept 
your recommendations 

You can now order the 465M directly from your 
Tektronix Sales Engineer with the AN/USM 425 (v) 
1 nomenclature by simply specifying option 49 
This assures the fastest possible delivery of your 
AN/ USM 425 (v) 1 



Mixed Sweep Accuracy — A portion— ± 4%. 

B portion— ± 2%. 

Horizontal Display Modes — A. A intensified by B. B delayed 
by A. and mixed. 

CALIBRATED SWEEP DELAY 

Calibrated Delay Time — Continuous from 0.1 ns to at least 5 
s after the start of the delaying A sweep 
Differential Time Measurement Accuracy — for measure- 
ments of two or more major dial divisions: 

+ 15°C to +35°C, 1% 0.1% of full scale 

0°C to i 55 °C. additional 1% allowed. 

Jitter — 1 part or less in 20.000 (0.005%) of X10 the A TIME- 
/ DIV switch setting. 

TRIGGERING A AND B 

A Trigger Modes — Normal Sweep is triggered by an internal 
vertical amplifier signal, external signal, or internal power line 
signal A bright baseline is provided only in presence of trigger 
signal. Automatic: A bright baseline is displayed in the absence 
of input signals. Triggering is the same as normal-mode above 
40 Hz Single (main time base only): The sweep occurs once 
with the same triggering as normal. The capability to re-arm the 
sweep and illuminate the reset lamp is provided. The sweep 
activates when the next trigger is applied for rearming. 

A Trigger Holdoff — Increases A sweep holdoff time to at 
least XI 0 fhe TIME/DI V settings, except at 0.2 s and 0.5 s. 
Triggering Sensitivity and Coupling — 



Coupling 




From 30 Hz 
to 25 MHz 


At 100 MHz 


Dc 


Internal 


0.3 div 


1.0 div 




External 


50 mV 


150 mV 


Ac 


Attenuates signals below 


30 Hz 


Ac Lf Reject 


Attenuates signals below 


15 kHz 


Ac Hf Reject 


Attenuates signals below 


50 kHz 
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Jitter — 0.5 ns or less at 100 MHz and 5 ns/div, -15°C to 
+ 55*C. 

Trigger View — View external and internal trigger signals; Ext 
IX. 100 mV/div. Ext - 10. 1 V/div. 

Level end Slope — Internal, permits triggering at any point on 
the positive or negative slopes of the displayed waveform Ex- 
ternal. permits continuously variable triggering on any level be- 
tween + 1 .0 V and - 1 .0 V on either slope of the trigger signal 
A Source* — Ch 1 . Ch 2. NORM (all display modes tnggered 
by the combined waveforms from Ch 1 and 2). LINE. EXT. EXT 
-10 

B Sources — B starts after delay time; Ch 1. Ch 2. NORM. 
EXT. EXT 10 

X-Y OPERATION 

Sensitivity — 5 mV/div to 5 V/div in 10 steps (1-2-5 sequence) 
through the vertical system Continuously variable between 
steps and to at least 12.5 V/div. 

X Axis Bandwidth — Dc to at least 4 MHz. 

Y Axis Bandwidth — Dc to 100 MHz. 

X-Y Phase — <3° from dc to 50 kHz. 

SIGNAL OUTPUTS 

A Gate — =*=5.0 V positive-going pulse 
B Gate — =* 5.0 V positive 

DISPLAY 

CRT — 5 in. rectangular tube; 8 x 10 cm display. P31 
Phosphor 

Graticule — Internal, non-parallax; illuminated. 8 x 10 cm 
markings with horizontal and vertical centerlines further 
marked in 0.2 cm increments 10% and 90% markings for nse 
time measurements. 

Graticule Illumination — Provides vanabie illumination from 0 
to greater than optimum illumination. 

Beam Finder — Limits the display to within the gratcule area 
and provides a visible display when pushed. 

Z-Axis Input — A female BNC connector is provided to permit 
mtensty modulation over the dc to 15 MHz range. At optimum 
intensity, intensity modulation is accomplished with a Z axis 
input of from - 5 V (to intensify) to + 5 V (to blank). Continuous 
operation maximum input shall be ± 50 V (dc + peak ac). 

ENVIRONMENTAL 

Emc — Complies with the following limits as specified in MIL- 
T-288008 CE01 (10 kHz to 20 kHz only). CE03. CS01. CS02. 
CS06. RE01 (relaxed 10 dB at fundamental, third harmonic, 
and fifth harmonic of the power source frequency) RE02 (limit- 
ed to 7 GHz). RS01 and RS03 (limited to 1 GHz). 

Ambient Temperature — Operating: -15*C to +55*C. Non- 
operating -62°Cto +85°C. 

Altitude — Operating: to 15.000 feet Max operating tempera- 
ture decreased 1 "C/1 .000 ft above 5.000 ft. Nonoperating: to 
50.000 ft. 

Vibration — Operating: along each of the three major axes 
a cycling 5 to 25 to 5 Hz for 10 mm at 0.025 in p-p; 

b. cycling 25 to 55 to 25 Hz for 5 min at 0.020 in p-p. 

c. dwelled at 55 Hz for 10 min at 0.020 in |>p. 

Total vibration time 75 min. 

Humidity — Five cycles (120 hours) referenced to MIL-E- 
1 64 OOF (operating and nonoperating). 

Shock — Operating: 30 g's, 1/2 sine. 1 1 ms duration. 3 shocks 
each direction per axis for a total of 18 shocks. 



OTHER CHARACTERISTICS 

Calibrator Output Voltage — 1.0 V ±1.0% to -15*C to 
+ 55*C. Frequency =*= 1 kHz. 

Channel 2 Signal Output — Through main module Ch 2 OUT 
connector Output voltage =*50 mV/div into 1 Mil. <*25 
mV/div into 50 U. Output resistance: * 50 0. Bandwidth dc to 
at least 40 MHz into 50 11. 

Power Requirements — 100 V to 132 V RMS. 200 V to 264 V 
RMS 48 Hz to 440 Hz Maximum power consumption 60 
watts at 115 V. 60 Hz 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height (with feet) 


17.91 


7.05 


Width (with handle) 


34.67 


13.65 


Width (without handle) 


31.75 


12.50 


Depth (including panel cover) 


54.58 


24.45 


Depth (handle extended) 


61.10 


24.10 


Weight (approx) 


kg 


lbs 


Net (without cover and 
accessories) 


10.9 


24.0 


Net (with panel cover, modules, 
and accessories) 


12.2 


27.0 


Shipping 


15.5 


34.2 



Transportation — Meets the limits of National Safe Transit 
Committee test procedure 1A with a 30 in drop. 



INCLUDED ACCESSORIES 

One accessory and cover assembly (200-2055-01). one IX 
probe (010-6101-00). two 10X probes (010-6104-00). three pin- 
cer tips (013-0107-03). two UHF male to BNC female adapters 
(103-0015-00). two BNC male to UHF female adapters (103- 
0032-00). one T connector (103-0030-00). one BNC male to 
dual binding post adapter (103-0035-00). three probe tip adapt- 
ers (103-0051-01). three banana tips (134-0013-00). three 6 in. 
leads with spring clips (175-0124-01). three hooked probe tips 
(206-0105-00). one blue filter (337-2122-00). one dear filter 
(337-2122-01). three miniature alligator clips (344-0046-00). 
one power cord (161-01 18-00) 



ORDERING INFORMATION 



465M Portable Oscilloscope $3500 

Option 49 AN/USM 425 (v)1 No Charge 

INTERNATIONAL POWER CORDS AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OPTIONAL ACCESSORIES 

Probe — P6022 Current Probe. 9 ft cable with termination. 



Order 015-0135-01 $325 

Folding Polarized Viewing Hood 

Order 016-0180-00 $40 

Mesh Filter — Improves contrast and emc filtering 

Order 378-0726-01 $45 

SCOPE-MOBILE’ Cart — Occupies <18 in of aisle space. 

Order 200C $265 

Rack Adapter (Cradle Mount) Kit — Rack height 7 in. depth 

18 75 in. width 19 in Order 040-0825-01 $320 




RECOMMENDED CAMERA 

C-30 BP Option 01 General Purpose Camera — Includes 
016-0301-00 mounting adapter/corrector lens 

Order C-30BP Option 01 Camera „ $1285 

For further information see camera section. 



Tektronix offers maintenance training classes on instru- 
ments in the 400 Series and multi-media training packages 
on Digital Counter and Meter Concepts and Basic Oscillo- 
scope Maintenance Concepts. For further training informa- 
tion. contact your local Sales Office or request a copy of 
the Tektronix Customer Training Catalog on the return 
card. 




1 105 BATTERY POWER SUPPLY 



The 1105 is a rugged, portable power supply suitable for 
powering virtually any portable osciloscope in the field. The 
1105 is not recommended for the T912. 

Frequency — Squarewave. 60 Hz ± 10%. 

Amplitude — *= 108 V peak, operating from 24 V dc external 
or 22 V internal charge =*=137.5 V peak, operating from 28 V 
dc external or 30 V internal charge 

Amplitude (Option 01) — =*216 V peak, from 24 V dc exter- 
nal or 22 V internal charge =*275 V peak, operating from 30 V 
dc external or 28 V internal charge 

Charging Power Source — 100 to 132 V ac. 48 to 440 Hz (or 
internal connections expand range) Option 01 - 200 to 264 V 
ac. 48 to 440 Hz (or internal connections expand range). 
Battery Operating Time — =*=100 W hrs. 

Recommended Max Output Current — 0 9 A 
Weight — 8 8 kg (19.5 lb). 

Order 1105 Battery Power Supply .... $1240 

Option 01, 230 V Operation No Charge 
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SON Y7 TEKTRONIX’ DUAL TRACE OSCILLOSCOPE 





335 



35 MHz at 10 mV/div 

Small Size, Weighs ^4.7 kg, (10.5 lb) 

1 mV/div Vertical Sensitivity at 25 MHz 
Delay Lines Input 
Rugged Construction 



The portability of the 335 is a big plus in many 
digital and analog trouble-shooting applications. 
And it weighs only 10.5 pounds. 

1 mV/div (at 25 MHz) vertical sensitivity insures 
that low level signals from magnetic recording 
heads, optical read heads, or industrial control 
transducers can be accurately and easily mea- 
sured Delay line allows viewing the leading edge 
of the triggering signal. By using a composite of 
Channels 1 and 2 as a trigger source, stable 
displays of non-time-related signals can be 
obtained 



Operation from either ac (90 to 132 V, or 180 to 
264 V, 48 to 440 Hz) ordc( + 11 to + 14 V or 4-22 
to 4 28 V) assures that power can be obtained at 
nearly any location 

VERTICAL DEFLECTION 
(2 Identical Channels) 



Bandwidth — 



+ 20*C to + 30*C 

1 mV to 5 mV/div dc to 25 MHz 
10 mV to 5 V/div dc to 35 MHz 
lOV/div dc to 25 MHz 



- 15*C to +55*0 



dc to 20 MHz 
dc to 30 MHz 
dc to 20 MHz 



For ac coupling, the lower 3 dB point is 10 Hz or less with a 1 X 
probe and 1 Hz or less with a 10X probe. 

Deflection Factor — 1 mV/div to 10 V/div (1-2-5 sequence) 
accurate ±3%. Uncalibrated, continuously vanable between 
steps and to at least 25 V/div. 

Display Modes — Ch 1 . Ch 2 (normal or inverted) alternate, 
chopped ( =* 300 kHz rate) added, X-Y. 

Input R and C — 1 Ml) ±2%, paralleled by =* 24 pF 
Max Input Voltage, ac or dc coupled. 300 V (dc + peak ac). 
300 V p-p ac at 1 kHz or less 

Delay Line — Permits viewing leading edge of displayed 
waveform. 



HORIZONTAL DEFLECTION 

Time Base A — 0.2 »is/div to 0.5 s/d iv (1-2-5 sequence). XI 0 
magnifier extends fastest sweep rate to 20 ns/div. 

Time Base B — 0.2 ^s/div to 50 ms/div (1-2-5 sequence). XI 0 
magnifier extends fastest sweep rate to 20 ns/div. 

Variable Time Control — Time Base A provides uncalibrated, 
continuously variable sweep rates between steps and to at 
least 1 .25 s/div. 

Time Base A and B Accuracy, center 8 div — 





420°C to 4 30°C 


— 15°C to 455°C 


Unmagnified 


±3% 


±4% 


Magnified 


±5% 


±6% 



Horizontal Display Modes — A only. A intensified by B, B 
delayed by A. B triggerable after A. 

CALIBRATED SWEEP DELAY 

Delay Time Range — Continuously variable from 1 ns to at 
least 5 s after the start of the delaying (A) sweep 
Differential Time Measurement Accuracy — 



Delay Time Settings 
between 1.0 and 9.0 


415°C to 435°C 


one or more 
major dial divisions 


±2% 


less than one 
major dial divisions 


±0.02% 


Jitter — 1 part or less in 20.000 (0.005%) of XI 0 the A time/div 


setting. 





TRIGGERING A AND B 

A Trigger Modes — Normal (sweep runs when triggered). 
Automatic (sweep free-runs in absence of a triggering signal 
and for signals below 20 Hz). Single sweep (sweep runs once 
on the first trigger signal after the reset button is pushed). 
Variable Trigger Holdoff — For the A sweep an adjustable 
holdoff control permits a stable display of complex waveforms. 
Sweep holdoff time can be increased at least X10. 

B Trigger Modes — B runs after delay time (starts automati- 
cally at the end of the delay time). B triggerable after delay time 
(runs when triggered). The B (delayed) sweep runs once in 
each of these modes, following the A sweep delay time. 

Trigger Sensitivity and Coupling — 



Coupling 




To 10 MHz 


At 35 MHz 


Dc 


Internal 
External 
Ext -M0 


0.35 div 
70 mV 
700 mV 


1.5 div 
250 mV 

2.5 V 


Ac 

Ac Hf Rej 
Ac Lf Rej 


above requirements increase below 60 Hz 
requirements increase above 20 kHz 
requirements increase below 40 kHz 
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Trigger Sources — Internal Ch 1 . internal Ch 2. internal com- 
posite (uses a composite of Ch 1 and Ch 2 signals to produce 
trigger), external, external -r 10. and line. The B sweep can 
also be started automatically at the end of the time base A 
delay. 

X-Y OPERATION 

Input — X-axis input is via the external horizontal input con- 
nection Both Ch 1 and Ch 2 provide vertical inputs Using 
chopped mode, two simultaneous X-Y displays can be 
obtained. 

X-Axis Deflection Factors — Variable from ^ 20 mV/div to = 
2 V/div. Dc to at least 500 kHz. 

Input Impedance — *= 1 Mii paralleled by 24 pF 
DISPLAY 

CRT — 8 x 10 div (0.6 cm/div) display P31 Phosphor 12 kV 
accelerating potential. 

Graticule — Internal (non-parallax) non-illuminated. Vertical 
and horizontal centerlines marked in 5 minor div per major 0.6 
cm. 

Z-Axis Input — * +5 V signal causes noticeable modulation at 
normal intensity. Useful bandwidth dc to 600 kHz. 

ENVIRONMENTAL CAPABILITIES 
Ambient Temperature — Operating: - 15°C to + 55°C Non- 
operating: -40°Cto + 75 8 C. 

Altitude — Operating: to 15.000 ft max. decrease max tem- 
perature by 1 °C/1000 ft from 5000 ft to 15.000 ft. Nonoperat- 
ing: to 50.000 ft max. 

Vibration — Operating and nonoperating: 15 minutes along 
each of the three major axes. 0.06 cm (0.025 in) p-p displace- 
ment (4 g's at 55 Hz) 10 to 55 to 10 Hz in 1 -minute cycles. 
Humidity — 5 cycles (120 hours) referenced to MIL-E-16400 F 
Shock — Operating and nonoperating: 30 g's, 1/2 sine, 11 ms 
duration each direction along each major axis. Total of 12 
shocks. 

OTHER CHARACTERISTICS 

Amplitude Calibrator — 0.5 V (±1%) * 1 kHz from 20°C to 
30°C. 

Power Source — External ac source, 90 V to 132 V or 180 V 
to 264 V with a line frequency of 48 Hz to 440 Hz. Max power 
dissipation 24 W at 1 15 V. External dc source: 1 1 V to +14 

V or +22 V to + 28 V with a max current dram of 2 A at + 12 V 
or 1.0 A at +24V 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


11.2 


4.4 


Width (with handle) 


23.6 


9.3 


Depth (handle not extended) 


34.7 


13.6 


Depth (handle extended) 


44.8 


17.6 


Weights (approx) 


kg 


lb 


Net (without accessories) 


4.7 


10.5 


Shipping 


7.6 


17.0 



INCLUDED ACCESSORIES 

Two P6149 10X probes (010-6149-03). carrying case and 
pouch (016-0485-00). external dc cable assembly (012-0406- 
00). strap assembly (346-0131-00). two 1-A fuses (159-0064- 
00). two 0.4-A fuses (159-01 39-00). two 2-A fuses (159-0107- 
00). three 0.2-A fuses (159-0080-00) 



ORDERING INFORMATION 



335 Portable Oscilloscope $2760 



OPTIONAL ACCESSORIES 

Viewing Hood — Order 016-0297-00 $6.50 

CRT Filter — Light blue 0rder378-20 16-01 $1.80 

CRT Filter — Light amber Order 378-0843-01 $1.80 

CRT Mesh Filter — With frame and holder 

Order 378-0063-00 $27 



The SONY*/TEKTRONIX* 335 is manufactured and marketed 
in Japan by Sony/Tektronix Corporation. Tokyo. Japan Out- 
side of Japan, the 335 is available from Tektronix. Inc., its mar- 
keting subsidiaries and distributors. 

RECOMMENDED CAMERA 



C-30BP General Purpose Camera $1245 

Camera Adapter — mounts C-30B to 335. 

Order 016-0327-01 $165 



For further information see Camera section. 




SONY*/ TEKTRONIX 



BATTERY POWERED 5 MHz 
DUAL TRACE OSCILLOSCOPE/DMM 




5 MHz at 5 mV/div 


Full X-Y 


Dual-Trace 


Weighs ^10.6 lb 



The 305 Oscilloscope/DMM is the ideal oscillo- 
scope for those who demand portability and 
multi-function versatility in their test 
instrumentation. 

The SONY®/TEKTRONIX® 305 combines a 5 MHz 
oscilloscope with an integral auto ranging DMM 
and a built-in rechargeable battery pack. Take the 
305 instead of multiple instruments when you 
climb the ladder to maintain your in-plant industri- 
al controls. Or leave the extension cord at your 
bench when you go on location to service medi- 
cal instrumentation. 

The 305 features a dual-trace 5 MHz oscilloscope 
with a large 8 x 10 div (0.6 cm/div) CRT display 
and an autoranging DMM with dc and ac volts, 
and resistance measurement functions— all in a 
10.6 lb (4 8 kg), 4 4 x 9.3 x 14.6 inch (1 1 .2 x 23.6 x 
37.1 cm) package The front panel TTL marker 
presets the trigger generator for optimum level 
control on TTL signals. 

VERTICAL DEFLECTION 

Bandwidth — Dc to at least 5 MHz. For ac coupling, the lower 
3 dB point is =*=10 Hz. 

Deflection Factor — 5 mV/div to 10 V/div (1-2-5 sequence) 
accurate ± 3% from 0 # C to ±40°C. ±4% through remainder 
of operating range Uncalibrated, continuously vanable be- 
tween steps and to at least 25 V/div. 

Display Mode* — Ch 1. Ch 2. Chopped. Alternate. Added. 
Invert Ch 2 and X-Y Bandwidth in Add mode is dc to at least 
4.5 MHz 

Input RAC — 1 M12 ±2%, paralleled by =47 pF. 

Max Input Voltage — ac or dc coupled. 250 V (dc ± peak ac). 
or 250 V p-p at <1 kHz. 

HORIZONTAL DEFLECTION 

Time Bate — 500 ms/div to 1 MS/div (1-2-5 sequence). XI 0 
mag extends sweep rate to 0.1 ^s/div. 

Variable Time Control — Uncalibrated, continuously vanable 
between steps and to at least 1.25 s/div. 

Time Bate Accuracy, Center 8 div — 





0°C to +40°C 


— 15°C to +55°C 


Unmagnified 


±3% 


±4% 


Magnified 


±5% 


±6% 



(Excludes first 10 div and all sweep past 90 div in XI 0 mag.) 



TRIGGER 

Modes — Normal and Auto (p-p) 

TTL Triggering — TTL position of trigger level control presets 
for optimum triggering from TTL levels, in 50 mV. 0.1 V and 0.2 
V/div or external trigger signals. 

Trigger Sources — Internal Ch 1. internal Ch 2. external. TTL 
Threshold voltage, int (with 10X probe) 1.4 V within ±0.3 V. 
Ext (with 10X probe) 1 .4 V within ±0.2 V. 

Trigger Sensitivity in NORMAL-Mode 



Coupling 


Mode 


To 0.5 MHz 


At 5 MHz 


Dc 


Internal 


0.3 div. 


0.75 div 


External 


15 mV 


50 mV 


Ac 


Above requirements 
increase below 60 Hz 



P-P Auto Operation Sensitivity 







500 Hz 


0.5 MHz 


Coupling 


Mode 


to 0.5 MHz 


to 5 MHz 


Dc, Ac 


Internal 


0.5 div 


1.0 div 


External 


35 mV 


70 mV 



External Trigger — Max Input Voltage: 250 V (dc ± peak ac) 
at 1 kHz or less (same as vertical). Input R and C. =1 MW 
paralleled by = 47 pF 

X-Y OPERATION 

Input — X-axis input is via the Ch 1 connector. Y-axis input is 
via the Ch 2 connector 

X-Y Characteristics — Same as stated for vertical deflection, 
except deflection factor accuracy is ±4% from 0°C to -»-40 o C 
over the center 8 div 
X-Axis Bandwidth — Dc to 150 kHz. 

DISPLAY 

CRT — 8 x 10 div (0.632 cm/div) display P31 Phosphor. 2 kV 
accelerating potential. 

Graticule — Internal, non-illuminated 

DMM 

DC VOLTAGE 

Ranges — 2 V. 20 V. 200 V. 1000 V (autoranging). 

Accuracy — Within 0.1% of reading, ±2 counts. 
Common-Mode Rejection — >100 dB at dc. 80 dB at 60 Hz 
with 1 kW imbalance 

Normal-Mode Rejection — >30 dB at 60 Hz increasing 20 dB 
per decade to 2 kHz. 

Response — <1 s plus range step time (<1 s/step). 

Input R — 10 MW ±2%. 

AC VOLTAGE 

Ranges — 2 V. 20 V. 200 V. 700 V. (autoranging). 

Accuracy — Within 0.5% of reading, ±10 counts. 40 Hz to 
500 Hz. 

Response Time — <5 s plus range step time (<1 s/step). 
Input Impedance — 10 MW paralled by =70 pF 



RESISTANCE 

Ranges — 2 kW. 20 kW. 200 kW. 2000 kW. 

Accuracy — Within 0.6% of reading ± 3 counts 

Response Time — <5 s plus range step time (<1 s'step) 
Max safe input voltage at DMM input connectors— DcV 1000 
V dc ± peak ac. between HI and LO inputs or between HI and 
chassis 

ACV — 700 V RMS if sinusoidal between HI and LO inputs or 
between HI and chassis. ±1000 V dc ± peak ac between HI 
and LO inputs or between HI and chassis. ± 500 V (dc compo- 
nent) between LO and chassis. kW function settling 100 V (dc 
± peak ac) between HI and LO inputs. 

All Ranges — 500 V (dc + peak ac) between LO and chassis 
(LO Floating Voltage) 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: -15*C to ±55‘C (Os- 
cilloscope). 0 # C to ±55*C (DMM). Nonoperating 25°C to 
±75*C. 

Altitude — Operating to 30.000 ft max. decrease max tem- 
perature by 1 *0/1000 ft from 5.000 ft to 30.000 ft Nonoperat- 
ing: 50.000 ft max. 

Vibration — 15 mm along each of the three major axes. 0 025 
in (0 06 cm) p-p displacement (4 g s at 55 Hz) 10 to 55 to 10 Hz 
in 1 mm cycles 

Humidity — Nonoperating 5 cycles (120 hrs) of MIL-E- 
16400G Omit freezing and vibration and allow a post-test dry- 
ing period at ± 25*C. ± 5*C and 20% to 80% relative humidity 

Shock — Operating and nonoperating: 30 g s. 1/2 sine, 11 ms 
duration Total of 12 shocks 

OTHER CHARACTERISTICS 

Amplitude Calibrator — 0.3 V accurate ±1% from 20°C to 
30°C ±2% from -15°Cto ±55*C. 

Power Sources — External ac source. 90 V to 132 V or 1 80 V 
to 250 V with a line frequency of 48 Hz to 440 Hz Max power 
dissipation of 17 W External dc source +9 V to ±32 V 
Charge Tima — At least 16 hours for full charge 

Operating Tima — Internal NiCd batteries provide 1 6 hours 
of scope and DMM operation, 10 hours of DMM alone oper- 
ation. or 2 hours of scope alone operation at maximum trace 
intensity and 20 *C to 25 8 C operating temperature 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


11.2 


4 4 


Width (with handle) 


23.6 


9.3 


Depth (handle 
not extended) 


37.1 


14.6 


Depth (handle 
extended 


45.8 


18 0 


Weights (approx.) 


kg 


lb 


Net (without 
accessories) 


4.8 


10.6 


Shipping 


7.8 


17.1 



INCLUDED ACCESSORIES 

Two 10X probes (010-6149-03). one DMM probe package 
(012-0732-00). one carrying case (016-0401-00) one carrying 
case cover (200-2260-00). one carrying strap assembly (346- 
0131-00). one clear CRT filter (331-0394-01). one blue CRT 
filter (378-2016-01). one external dc cable assembly (012 0406- 
00 ). 



ORDERING INFORMATION 
305 DMM/Oscilloscope $2120 

The SONY*/TEKTRONIX* 305 DMM/Oscilloscope is manufac- 
tured and marketed in Japan by Sonv/Tektroni* Corporation, 
Tokyo. Japan, Outside of Japan the 305 is available from Tek- 
tronix. Inc., its marketing subsidiaries and distributors 



OPTIONAL ACCESSORIES 

Viewing hood (016-0287-00) $6 50 

BNC to binding post adapter (103-0033-00) ... $4 75 

RECOMMENDED CAMERA 

C-30BP General Purpose Camera $1245 

Camera Adapter Mount C-30B to 305 

Order 016-0327-01 $165 



For further information see Camera section. 



TPU' 5 MHz 

I Llr\ OSCILLOSCOPE 



200 SERIES 
MINISCOPES 




221 



5 MHz, 5 mV/div to 100 V/div 

0.1 ^cs/div Sweep Rate with 
XI 0 Sweep Magnifier 

Internal Battery Pack 

Integral 1 MQ Probe 

Weighs ^1.6 kg, (3.5 lb) 



The 221 Miniscope weighs just 3.5 pounds and 
easily fits into a tool box or brief case; it measures 
only 3 x 5.2 x 9 inches. Yet it has the capability 
needed for on-site service of much of today’s 
complex equipment This versatile miniscope has 
a 5 MHz bandwidth, 5 mV/div sensitivity, and 0.1 
MS/div sweep rate (using X10 magnifier) 
packaged in an impact-resistant case. 

Internal rechargeable batteries allow at least two 
hours operation away from external power 
sources. And the 221 will operate and charge 
from practically all the world s principal line 
voltages 90 to 250 V, 48 to 62 Hz ac, or 80 to 250 
V dc (all without making any change to the 
instrument). 

The 1 M U low-capacitance probe minimizes cir- 
cuit loading And because it’s attached, it's al- 
ways there when you need it. Vertical deflection 
factors extend from 5 mV/div, allowing on-screen 
measurement of signals up to 600 V dc + peak 
ac The 1 MS/div to 200 ms/div time base is 
enhanced by a X10 magnifier that extends the 
fastest range to 0 1 ^s/div A variable control will 
slow the sweep to about 0.5 s/div. 

A single rotary control on the 221 is used for all 
trigger level and slope functions. Controls are 
side mounted and recessed for protection, yet 
are easily accessible. 

In applications where it is necessary to "float" the 
oscilloscope to make your measurements, 200 
Series Miniscopes can be elevated to 700 V (dc 
+ peak ac) above ground when operated from 
batteries Although insulated, caution should be 
observed when connecting the probe to test 
points 



The 221 is used in a wide assortment of service 
applications For example, in data transmission 
systems, the 221 is preferred for maintenance 
and testing of modems because of its ability to 
see higher frequency noise. It can even help in 
building roads by spot checking motors in a road 
grader s closed loop servo system that controls 
blade angle, depth of cut and machine direction. 

VERTICAL DEFLECTION 

Bandwidth — Dc to 5 MHz (-3 dB point) at all calibrated 
deflection factors Lower -3 dB point ac coupled is =2 Hz 
Deflection Factor — 5 mV/div to 100 V/div. accurate ±3% 
from 0°C to +40°C and ±5% from -15°C to 0°C and 
+ 40 # C to + 55°C Uncalibrated. continuously vanable be- 
tween steps to at least 300 V/div. 

Input R and C — = 1 Mii paralleled by = 29 pF via attached 
signal acquisition probe 

Max Input Voltage — 600 V (dc + peak ac). 600 V p-p ac. 5 
MHz or less 

HORIZONTAL DEFLECTION 
Time Base — 1 *iS/div to 200 ms/div. accurate ±3%. 
Magnifier — Increases all sweep speeds XI 0 with a max 
sweep speed of 0.1 ^s/div. 

Variable Time Control — Extends minimum sweep rate to 
= 0 5 s/div. Continuously variable between calibrated settings. 

TRIGGER 

Modes — Automatic or manual. Level and slope selected with 
a single control. Automatic operation minimizes trigger adjust- 
ment and provides a bright baseline with no input. 

Trigger Sensitivity — 



Mode 


To 1 MHz 


At 5 MHz 


Internal 


0.5 div 


1 div 


External 


0.5 V 


1 V 




X-Y OPERATION 





Input — X-axis input is via the external trigger or the external 
horizontal input. 

X-Axis Deflection Factor — 1 V/div ± 10%, dc to 500 kHz 
Sensitivity is increased by a factor of 10 (0.1 V/div) using hon- 
zontal magnifier 

Max External Horizontal Input Voltage — 200 (dc + peak 
ac). 200 V (p-p ac) to 500 kHz. decreasing to 20 V p-p ac at 5 
MHz 

Input Impedance — =0.5 Mil paralleled by =30 pF. 

DISPLAY 

CRT — 6 x 10 div (0.5 cm/div) display P31 Phosphor normally 
supplied. P7 optional. 1 kV accelerating potential. 

Graticule — Internal, black line, non-illuminated. 



ENVIRONMENTAL CAPABILITIES 
Ambient Temperature — Operating (battery only). - 15® C to 
>55®C Charging or operating from ac line 0°C to -»-40 o C 
Nonoperating 40"C to +60°C 

Altitude — Operating 25,000 ft. decrease max temperature 
by 1 °C/1000 ft above 15.000 ft Nonoperating: 50.000 ft. 
Vibration — Operating and nonoperating 15 minutes along 
each of the 3 major axes. 0.06 cm (0 025 in) p-p displacement 
(4 g s at 55 Hz) 10 to 55 to 10 Hz in one minute cycles. Held for 
3 mm at 55 Hz. 

Humidity — 5 days at +50°C. 95% humidity 

Shock — Operating and nonoperating 100 g s. 1/2 sine. 2 ms 

duration each direction along each major axis. Total of 12 

shocks 

OTHER CHARACTERISTICS 

Power Sources — Internal NiCd batteries provide at least 2 
hours operation at max trace intensity for a charging and oper- 
ating temperature between +20®C and + 30®C. Internal 
charger charges the batteries when connected to an ac line 
with instrument turned on or off. Dc operation is automatically 
interrupted when battery voltage drops to =10 V to protect 
batteries against deep discharge Full recharge requires =16 
hours Extended time charges will not damage the batteries 
An expanded scale battery meter indicates full. low. and re 
charge External power source. 90 to 250 V ac (48 to 62 Hz) or 
80 to 250 V dc. 5 W or less 

Insulation Voltage — 500 V RMS or 700 V (dc 4 peak ac; 
when operated from internal batteries, with the line cord stored 
and the plug protected. When operated from an external line ... 
line voltage plus floating voltage not to exceed 250 V RMS. or 
1 4 x line + (dc 4- peak ac) not to exceed 350 V. 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


In 


Height 


7.6 


3.0 


Width 


13.3 


5.2 


Depth 


22.8 


9.0 


Weights (approx) 


kg 


lb 


Net 

(without accessories) 


1.6 


3.5 


Shipping 


~3.6 


~8.0 



INCLUDED ACCESSORIES 

Viewing hood (016-0199-01). carrying case (016-0512-00) 
neck strap (346-0104-00). two spare fuses (159-0080-00) 



ORDERING INFORMATION 



221 Oscilloscope, 

including batteries and probe $1600 

INSTRUMENT OPTION 

Option 76 P7 Phosphor Add $35 



OPTIONAL ACCESSORIES 

Alligator Clip Kit — A pair of alligator clips that allow connect 
mg the probe and ground lead to large (up to 3/8 in) conduc 
tors. Includes: red clip (015-0229-00). yellow clip (015-0230 



00). 6-32 to probe adapter (103-0051-01). 

Order 015-0231-00 .. SIC 

Probe-tip to BNC Panel Connector Adapter 

Order 013-0084-01 $8.0cl 

Probe-tip to BNC Cable Adapter. 

Order 103-0096-00 .. $10.5cj 



Power Cable Adapter Assembly — A short length of two-wire :j 
power cord One end has a female NEC socket fitting the 20C 
Series power cords, the other end is left open so that the wires 
can be attached to a non-NEC male power plug. Plugs no 1 
supplied 

Order 161-0077-01 $7 0C 



238 




TCU' 200 SERIES 
I tZr\ MINISCOPES 



1 MHz 

OSCILLOSCOPE/DMM 





213 



Compact, Weighs **1.7 kg (3.7 lb) 



1 MHz at 20 mV/div 

0.4 /xs/div Sweep Rate 
with X10 
Sweep Magnifier 

DMM and Miniscope in 
One Unit 

Rugged Construction 
Internal Battery 



True RMS Voltage and Current 
Measurements 



The 213 combines a precision 3 1/2 digit digital 
multimeter and a 1 MHz oscilloscope in one 
instrument. It is a compact (3 x 5.2 x 8 9 inches) 
and lightweight (only 3.7 pounds) package that 
will fit easily into your briefcase or tool kit 
In operation, the light-weight 213 can be hand 
held, rested on the equipment being tested or 
carried conveniently on a neck-strap Operating 
controls are designed for speedy measurements 
and easy understanding 

Rugged construction enables the 213 to with- 
stand hostile industrial or transportation 
environments. 

The 213, combining both oscilloscope and DMM 
functions, fits many on-site service applications. 
As an example, the 213 is used extensively for 
preventive maintenance on industrial control 
systems 

VERTICAL DEFLECTION (VOLTAGE) 

Bandwidth — Dc to 1 MHz (-3 dB point) for 20 mV/div to 100 
V/div deflection factors. Dc to 400 kHz (-3 dB point) for 5 
mV/div and 10 mV/div Lower -3 dB point for ac coupling is 
% 1 Hz. 

Deflection Factor — 5 mV/div to 100 V/div (1-2-5 sequence), 
accurate ±3%. Uncalibrated; continuously vanable between 
steps to at least 250 V/div. 

Input R and C — 10 MU paralleled by 150 pF for 5 mV/div 
through 1 V/div and 100 pF for 2 V/div through 100 V/div. 

Max Input Voltage — 



Input Condition 


Max Input Voltage 


Dc coupled, 5 mV/div 
to 1 V/div 


500 V (dc + peak ac) 
at 1 MHz or less 


Ac coupled, 5 mV/div 
to 1 V/div 


800 V (dc + peak ac) 
500 V peak ac 
component 


Ac, Dc coupled, 

2 V/div to 100 V/div 


800 V (dc + peak ac) 
at 1 MHz or less 



VERTICAL DEFLECTION (CURRENT) 

Bandwidth — Dc to at least 400 kHz (-3 dB point) for 20 
>iA/div through 100 mA/div deflection factors Dc to at least 
200 kHz (-3 dB point) for 5 >iA/div and 10 M A/div. 

Deflection Factor — 5 ^A/div to 100 mA/div (1-2-5 sequence), 
accurate *3% Uncalibrated. continuously vanable between 
steps to at least 250 mA/div. 

Max Input Current — 2 A RMS or 3 A peak for any range (fuse 
and diode protection) 

HORIZONTAL DEFLECTION 

Time Base — 2 jiS/div to 500 ms/div (1-2-5 sequence), accu- 
rate ±5%. 

Variable Magnifier — Increases all sweep speeds to al least 
X5 with a max sweep speed of 0 4 jis/div. 

TRIGGER 

Modes — Normal (sweep runs when triggered) Automatic 
(sweep free-runs in absence of trigger signal or for frequencies 
below 7 Hz) 

Trigger Sensitivity and Coupling — Ac Internal, (auto and 
normal. 1 MHz) 0.5 div. Dc External. 1 MHz. 1 V. 

DISPLAY 

CRT — 6 x 10 div (0.52 cm/div) display. P43 Phosphor is 
standard. 

Graticule — Internal, black line, non-illummated. 



ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: (battery only) 15°C to 
+ 55*C Charging or operating from ac line. 0°£ to + 40°C 
Nonoperating: -40°C to +60°C 

Altitude — Operating: To 25.000 ft. decrease max tempera- 
ture by 1 °C/1 .000 ft above 1 5.000 ft Nonoperating: 40.000 ft 

Vibration — Operating and nonoperating 15 minutes along 
each of the 3 major axes. 0 06 cm (0.025 in) p-p displacement 
(4 g s at 55 Hz) 10 to 55 to 10 Hz in 1 minute cycles HekJ for 3 
minutes at 55 Hz. 

Humidity — + 40°C or less. 80% or less relative humidity. 

Shock — Operating and nonoperating 150 g s. 1/2 sine. 2 ms 
duration in each direction along each major axis. Total of 12 
shocks 

OTHER CHARACTERISTICS 

Power Sources — Internal NiCd batteries provide 3 to 5 hours 
operation at max trace intensity for a charging and operating 
temperature between +20°C and +30°C. Internal charger 
charges batteries when connected to an ac line with instrument 
turned on or off . Dc operation is automatically interrupted when 
battery voltage drops below 2 V to protect batteries against 
deep discharge. Full recharge requires =*16 hours. External 
power source. 90 to 136 V ac (48 to 62 Hz). Option 01 allows 
operation from an external 180 to 250 V ac (48 to 62 Hz) or dc 
supply Power consumption. 8 watts or less 

Insulation Voltage — 500 V RMS or 700 V (dc + peak ac) 
when operated from internal batteries with line cord and plug 
stored When operated from ac. line voltage plus floating volt- 
age not to exceed 250 V RMS or 1 .4 X line + (dc + peak ac) 
not to exceed 350 V 



PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


In 


Height 


7.6 


3.0 


Width 


13.2 


5.2 


Depth 


22.6 


8.9 


Weights (approx) 


kg 


lb 


Net (without accessories) 


1.7 


3.7 


Shipping 


3.9 


8.6 



DMM 

Provides true RMS readings of voltage and current. 



DC AND AC VOLTAGE 

Range — 0.1 V to 1000 V full scale in 5 ranges 
Resolution — 100 mV at 0.1 V full scale 
Accuracy in Dc Mode — For +25 8 C ±5°C. 



Range (Full Scale) — 



0.1 V 


±0.1% of reading ±3 counts. 
Temp coef is (±0.015% of reading 
+ 0 04% of full scale) per °C. 


1 V 


±0.1 % of reading ± 1 count. 
Temp coef is (±0.01% of reading 
+ 0.01% of full scale) per °C. 


10 V and 100 V 


±0.15% of reading ±1 count. 
Temp coef is (±0.015% of reading 
+ 0.01% of full scale) per °C. 


1000 V 


±0.2% of reading ±1 count. 
Temp coef is (±0.02% of reading 
+ 0.01% of full scale) per °C. 



Accuracy in RMS Mode — For 25°C ± 5° Temperature coef- 
ficient ( ± 0.05% of reading +0.1% of full scale) per °C. 



Range Within % of reading shown ±5 counts* 





Dc 


40 Hz 
to 

4 kHz 


4 kHz 
to 

40 kHz 


0.1 V 


2.5% 


1.5% 


3.5% 


1 V, 10 V. and 100 V 


2% 


1% 


1% 


1000 V 


2% 


1% 


2% 



•Accuracy limit increases linearly for crest factor >2 up to 
twice indicated limit for crest factor of 5 



Input Resistance — 10 MW. 

Input Capacitance — 150 pF on 0 1 V to 10 V ranges, 100 pF 
on 100 V and 1000 V ranges 

Settling Time — Dc 1.5 sec to 01% of reading RMS 2 s to 
1% of reading 

Max Input Voltage — 



Dc Coupled 




0.1 Vto 10 V 


100 V to 1000 V 


500 V (dc + peak ac) 


800 V (dc + peak ac) 


Ac Coupled 




0.1 Vto 10 V 





800 V (dc + peak ac) 



DC AND AC CURRENT 

Range — 0 1 mA to 1000 mA full scale in 5 ranges 
Resolution — 100 nA at 0.1 mA full scale 
Accuracy in Dc Mode — For +25°C ±5*C. 

Temperature Coef — (±0.02% of reading ±0 04% of full 
scale) per *C. 0.1 mA ±0.5% ±3 counts 1 mA to 1000 mA 
± 0.25% ± 3 counts 

Accuracy In Ac Mode — 



Range Within % of reading shown ±5 counts* 







40 Hz 


4 kHz 






to 


to 




Dc 


4 kHz 


40 kHz 


0.1 mA 


2.5% 


1.5% 


4.5% 


1 mA to 1000 mA 


2.5% 


1.5% 


3.5% 



•Accuracy limit increases linearly for crest factor >2 up to 
twice the indicated limit for crest factor of 5. 

Settling Time — 1.5 s to 0.1% of reading 

Max Input Current — 2 A RMS or 3 A peak on any scale (fuse 

and diode protection) 

RESISTANCE 

Ranges — 1 kW to 10 MW full scale in 5 ranges 
Resolution — 1 W on 1 kW scale. 



Accuracy — For 25*C ±5°C. 


Range 


% of Reading 


1 kG 


0.5% ±3 counts 


10 kn to 1 MH 


0.5% ± 1 count 


io Mn 


1% ± 1 count 



Settling Time — 2 seconds ± 2 counts 

READOUT 

Number of Digits — 3 1/2 digits plus decimal point and sign 
Display Size — 1 cm high by 4 cm wide (5 characters) 
Overrange Capability — At least 200% of full scale. 
Overrange Indication — Readout displays scrambled 
characters. 



INCLUDED ACCESSORIES 

Viewing hood (016-0199-01). carrying case (016-0512-00). 2 
test leads (alligator clip to banana jack) (red 012-0015-00) 
(black 012-001 4-00) neck strap (346-0104-00, 2 power line 
fuses (159-0080-00). power line plug adapter (option 01 only) 
(161-0077-01). identification tag (334-2614-00). identification 
tag (000-7983-00) 



ORDERING INFORMATION 
213 Miniscope/DMM including batteries and 
probe $2100 



POWER OPTION 

Option 01. 180 to 250 V ac (48 to 62 Hz) or dc 
(includes battenes and probe) No Charge 



OPTIONAL ACCESSORIES 

Alligator Clip Kit — A pair of alligator clips that allow connect- 
ing the probe and ground lead to large (up to 3/8 in) conductor 
Includes red clip (015-0229-00). yellow clip (015-0230-00). 6- 



32 to probe adapter (103-0051-01) 

Order 015-0231-00 $16 

Probe-tip to BNC Panel Connector Adapter 

Order 013-0084-01 $8.00 

Probe tip to BNC Cable Adapter, 

Order 103-0096-00 .. $10.50 



Power Cable Adapter Assembly — A short length of two-wire 
power cord One end has a female NEC socket fitting the 200 
Series power cords, the other end is left open so that the wires 
can be attached to a non-NEC male power plug Plugs not 
supplied 

Order 161-0077-01 $7.00 



MQ 



TCZ1Z 500 kHz 

I Llr\ DUAL TRACE OSCILLOSCOPE 



200 SERIES 
MINISCOPES 




212 



500 kHz, 1 mV/div to 50 V/div 
Internal Battery 
Integral 1 Ml? Probe 
Weighs %1.6 kg, (3.5 lb) 



The 212 features these signal acquisition capabili- 
ties: bandwidth to 500 kHz with deflection factors 
from 1 mV/div to 50 V/div. It is lightweight (only 
3.5 pounds) and compact (3 x 5.25 x 95 inches). 

Built of impact-resistant plastic and fully self- 
contained, this miniature portable is perfect for 
applications in severe environments. And it per- 
mits "floating" measurements since it is double 
insulated and can be elevated to 700 V (dc + 
peak ac) above ground when operated from 
batteries Although insulated, normal caution 
should be observed when connecting the oscillo- 
scope probe to the test point. 

The 212 features integral probes that are color 
matched with the vertical deflection controls to 
minimize measurement error. The probes have 
their own storage space and are part of the 
instrument— you can't forget and leave them 
behind Clip-on 10X attenuators are available for 
higher voltage applications. 

Trigger level and slope functions are simplified to 
one rotary control on the side of the unit. A 
convenient neckstrap is an included accessory, 
freeing both hands to perform other tasks 




VERTICAL DEFLECTION 

Bandwidth — Dc to at least 500 kHz from 10 mV/div to 50 
V/div. reducing to at least 100 kHz at 1 mV/div. Lower -3 dB 
point ac coupled is <2 Hz. 

Deflection Factors — 1 mV/div to 50 V/div (1-2-5 sequence), 
accurate ±5%. Uncalibrated, continuously variable between 
steps to at least 125 V/div. 

Display Modes — Ch 1 only. Ch 2 only, or Ch 1 and Ch 2 
chopped (approx chop rate —50 kHz) from 500 ms/div to 2 
ms/div of time base, alternate from 1 ms/div to 5 ^s/div of time 
base 



Input R and C — % 1 Mil paralleled by = 160 pF from 1 mV/div 
to 50 mV/div; and 140 pF from 100 mV/div to 50 V/div. 

Max Input Voltage (IX probe only) — 



1 mV/div to 50 mV/div 


600 V (dc + peak ac) 
ac not over 2 kHz. 


0.1 V/dlv to 50 V/div 


600 V (dc + peak ac) 
600 V p-p ac 
5 MHz or less 



HORIZONTAL DEFLECTION 
Time Base — 5 *iS/dlv to 500 ms/div. accurate ±5%. 
Variable Magnifier — Increases each sweep rate X5 with a 
max sweep speed of 1 ^s/div. 

External Horizontal Input — (Ch 1) 1 mV/div to 50 V/div 
± 10%; dc to 100 kHz: X-Y phasing to 5 kHz <3°. Input char- 
acteristics same as Ch 1 . 

Max External Horizontal Input Voltage and Impedance — 

Same as for vertical inputs. 

TRIGGER 

Trigger Modes — Automatic or normal. Level and slope se- 
lected with a single control. Automatic operation minimizes trig- 
ger adjustment and provides a bright baseline with no input. 



Trigger Sensitivity and Coupling — 
Coupling 


to 500 Hz 


Dc 


Internal 

(w/composite 

trigger 

source) 


0.2 div 




Internal 
(w/ch 2 trigger 
source) 


0.2 div 




External 


1 V 



Max External Trigger Input Voltage — 8 V (dc + peak ac). 16 
V (p-p ac) at 1 MHz or less 

Input Impedance — R and C. 1 Mil paralleled by =30 pF. 

DISPLAY 

CRT — 6 x 10 div (0.52 cm/div) display P31 Phosphor 
Graticule — Internal, black line, non-illuminated. 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: (battery only). - 15°C to 
+ 55°C. Charging or operating from ac line. 0°C to +40°C. 
Nonoperating -40°C to +60°C. 



Altitude — Operating 25.000 ft. decrease max temperature 
by 1 °C/1000 ft above 15.000 ft Nonoperating: 50.000 ft. 
Vibration — Operating and nonoperating 15 minutes along 
each of the 3 major axes 0 06 cm (0.025 in) p-p displacement 
(4 g s at 55 Hz) 10 to 55 to 10 Hz in one-minute cycles Held for 
three minutes at 55 Hz. 

Humidity — 5 cycles (120 hours). 95% relative humidity, refer- 
enced to MIL-E-16400F 

Shock — Operating and nonoperating 150 g s. 1/2 sine. 2 ms 
duration in each direction along each major axis Total of 12 
shocks 

OTHER CHARACTERISTICS 

Power Sources — Internal NiCd batteries provide =3 to 5 
hours operation for a charging and operating temperature be- 
tween + 20°C and +30°C. Internal charger charges the bat- 
teries when connected to an ac line with instrument turned off. 
Battery operation is automatically interrupted when battery 
voltage drops to = 1 0 V to protect batteries against deep dis- 
charge Full recharge requires =16 hours. Extended charge 
times will not damage the batteries 

A pilot light battery-charge indicator light will extinguish when 
oscilloscope has about 10 min of operating time remaining in 
the batteries 

External Ac Source — 1 10 to 126 V. 58 to 62 Hz. 3 W Can be 
operated at 104 to 1 10 V with resulting slow discharge of inter- 
nal batteries 

Insulation Voltage — 500 V RMS or 700 V (dc + peak ac) 
when operated from internal batteries, with the line cord and 
plug stored When operated from ac. line voltage plus floating 
voltage not to exceed 250 V RMS; or 1 4X line (dc + peak 
ac) not to exceed 350 V. 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


In 


Height 


7.6 


3.0 


Width 


13.3 


5.3 


Depth 


24.1 


9.5 


Weights (approx) 


kg 


lb 


Net (without accessories) 


1.6 


3.5 


Shipping 


3.2 


7.0 



INCLUDED ACCESSORIES 



Viewing hood (016-0199-01). carrying case (016-0512-00). two 
4-A fuses (159-0121-00). identification tags (000-7983-00). 
identification tag (334-2614-00). carrying strap (346-0104-00) 



ORDERING INFORMATION 
212 Dual-Trace Oscilloscope, including 



batteries $1545 

POWER OPTIONS 

Option 01 for 220-250 V, (48 to 52 Hz) includes 

batteries .. No Charge 

Option 02 for 90 to 110 V, includes batteries .. No Charge 



OPTIONAL ACCESSORIES 

10X Attenuator Package — A slip-on tip to provide lower 
circuit loading (4 4 Mii. =20 pF) and higher max input voltage 
1000 V (dc + peak ac) includes: 10X attenuator (010-0378- 
01); pincher tip (013-0071-00). flex tip (206-0060-00); banana 
tip (134-0013-00); 1C adapter (206-0203-00) 

Order 010-0378-01 $45 

Alligator Clip Kit — A pair of alligator clips that allow connect- 
ing the probe (or optional 1 0X attenuator) and ground lead to 
large (up to 3/8 in) conductors. Includes: red clip (015-0229- 
00). yellow clip (015-0230-00); 6-32 to probe adapter (103- 



0051-01). 

Order 015-0231-00 $16 

Probe-tip to BNC Panel Connector Adapter 

Order 013-0084-01 $8.00 

Probe-tip to BNC Cable Adapter 

Order 103-0096-00 $10.50 



Power Cable Adapter Assembly — A short length of two-wire 
power cord One end has a female NEC socket fitting the 200 
Series power cords, the other end is left open so that the wires 
can be attached to a non-NEC male power plug Plugs not 
supplied. 

Order 161-0077-01 $7.00 



TCU' T900 
I Cr\ SERIES 



15 MHz DUAL TRACE 
RACKMOUNT OSCILLOSCOPE 




T922R 



Dc to 15 MHz at 2 mV/div 



Switchable Front and Rear Signal Inputs 

Only 13.3 x 48.2 x 43.2 cm, 9.1 kg 
(5.25 x 19 x 17 in, 20 lb) 

Single Sweep Operation 



Bright (12 kV) Display 



The T922R is a rackmount multipurpose 15 MHz 
oscilloscope. It features: 15 MHz bandwidth at 2 
mV/div vertical sensitivity, 20 ns/div maximum 
sweep rate with the X10 magnification control, 
switchable front and rear signal inputs, selectable 
chop and alternate sweeps, graticule illumination 
and rear panel outputs (gate out, sweep out and 
vertical signal out). The T922R fits any standard 
48 cm (19 in) rack and weighs only 9. 1 kg (20 lb) . 
Option 01 adds the differential capability 

Many companies are using the T922R for their 
production testing applications— often as an inex- 
pensive replacement for aging instruments which 
require frequent repair and calibration. 

T922R CHARACTERISTICS 

Seven recessed rear panel BNC connectors provide: Ch 1 , Ch 
2 vertical signal input. External trigger input, Z-axis input. 
Sweep Output, Gate Output, Vertical Output. 

VERTICAL SYSTEM 
Mode Selections 

Ch 1 — Displays only the Ch 1 signal 
Ch 2 — Displays only the Ch 2 signal. 

Dual Trace — Displays Ch 1 and Ch 2 signals simultaneously. 
Alternate or chopped mode is manually selectable. 



Deflection Factor 

Range — 2 mV/div to 10 V/div in 12 steps in a 1 -2-5 sequence. 

Accuracy — 



+ 20°C to -f 30°C 


| Within 3% 


0°C to -f 45°C 


| Within 4% 



Uncalibrated (VAR) Range — Continuously variable between 
settings. Extends deflection factor to at least 25 V/div 
Frequency Response — Dc to at least 1 5 MHz (measured at 
-3 dB). 

Rise Time — 23 ns or less 

Chopped Mode Repetition Rate (Dual Trace) — = 250 kHz 
Input Resistance — = 1 Mil. 

Input Capacitance — 30 pF. 

Maximum Input Voltage — Dc coupled. 400 V (dc + peak ac) 
800 V p-p ac at 1 kHz or less, Ac coupled. 400 V (dc + peak 
ac) 800 V p-p ac at 1 kHz or less. 

Delay Line — Permits viewing edge of displayed waveform. 



HORIZONTAL SYSTEM 

Calibrated Range — 0.5 s/div to 0.2 MS/div in 20 steps in a 1- 
2-5 sequence Vanable XI to XI 0 magnifier extends maximum 
sweep rate to 20 ns/div. 



Accuracy — 


Unmagnified 


Magnified 


+ 20°C to + 30°C 


Within 3% 


Within 5% 


0 6 C to -f 40°C 


Within 4% 


Within 6% 


Z-AXIS INPUT 





Sensitivity — 5 V signal causes noticeable intensity modula- 
tion. Polarity of the voltage causing a decrease in intensity is 
internally selectable 



TRIGGERING 
Trigger Mode 

Auto — Permits normal triggenng on waveforms with a repeti- 
tion rate of at least 20 Hz. Sweep 'free runs' in the absence of 
an adequate trigger signal, or with a repetition rate below 20 
Hz. 

Norm — Permits normal triggering Sweep does not run In the 
absence of an adequate trigger signal 

TV — Provides triggering on TV field when SEC/DI V switch is 
set at 0.1 ms or slower. Trigger on TV line when SEC/DI V 
switch is set at 50 or faster 

Slope + Out - In — Sweep is triggered on the positive/nega- 
tive-going slope of the triggering waveform. 

Level — Vanable control selects the amplitude point on the 
trigger signal when sweep triggenng occurs. 

Triggering Sensitivity 

Auto and Norm — 0.5 div internal or 100 mV external from 2 
Hz to 5 MHz. increasing to 1.5 div internal or 150 mV external 
at 15 MHz 

TV — Composite sync 1 div internal or 1 00 mV external (about 
2.3 div or 230 mV of composite video). 

External Trigger Input 

Maximum Input — 400 V (dc -f peak ac) 800 V p-p ac at 1 
kHz or less 

Input Resistance — = 1 Mil. 

Input Capacitance — 30 pF 

X-Y OPERATION 

Sensitivity, Variable Magnifier — From = 100 mV/div (X10 
mag) to =1 V/div (XI mag) for X; Y is adjusted by vertical 
control. 

X-Axis Bandwidth — Dc to at least 1 MHz (measured at -3 
dB) 

Input Resistance — =1 Mil. 

Input Capacitance — 30 pF 

Phase Difference Between X and Y Axis Amplifiers — With- 
in 5° from dc to 50 kHz. 



CRT DISPLAY 

Display Area — 8 x 10 cm, illuminated internal graticule. 

Standard Phosphor — P31. 

Beam Finder — Locates off-screen display 
Nominal Accelerating Potential — =12 kV. 

PROBE ADJUST 
Output Voltage — =0.5 V. 

Repetition Rate — =1 kHz. 

OUTPUTS 

Sweep/Gate Out — Output Voltage is =5 V positive going 
into 1 Mu. =50 mV into 50 U load. 

Vertical Output — A composite of Ch 1 and Ch 2 with = 0.5 V 
output per displayed division into a 1 MU load. = 50 mV with 50 
U load Bandwidth is at least 1 MHz. 



POWER SOURCE (AC) 

Line Voltage Ranges — 100-120 V. 220-240 V line voltage 

and HI/LO range are accessible externally 

100-120 V Range — HI: 108 to 132 V RMS. LO 90 to 110 V 

RMS 

220-240 V Range — HI: 216 to 250 V RMS LO 198 to 242 V 
RMS 

Line Frequency — 50 to 60 Hz. 

Power Consumption — Watts (max) 50. amps (max) 0 35. at 
120 V. 60 Hz 

Canadian Standards Association Certified. 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


13.3 


5.25 


Width 


43.2 


17.0 


Depth 


48.2 


19.0 


Weight 


kg 


lb 


Net 


9.1 


20.0 



ENVIRONMENTAL CAPABILITIES 
Temperature 

Nonoperating 55°C to +75°C. 

Operating — 0 # C to +45°C. 

Altitude 

Nonoperating — To 15.200 meters; 50,000 ft 
Operating — To 4.500 meters. 15.000 ft max Operating tem- 
perature decreased 1°C/304.8 meters (1,000 ft) above 1524 
meters (5.000 ft). 

CAMERAS 

T922R interfaces to all Tektronix Cameras. 



ORDERING INFORMATION 
T922R — Oscilloscope $1750 

Option 01, Differential Input Add $90 



OPTIONAL ACCESSORIES 
Rackmount Hardware Kit 

Order 016-0375-00 $75 




C-5C Camera 

Recommended for all T900 Series Oscilloscopes, 
the C-5C attaches directly to the front panel with- 
out adapters and uses Polaroid pack film A fixed 
f/16 lens aperture, an electric shutter with timed 
speeds from 0.1 to 5 seconds, plus open shutter 
mode, and bulb, combine to make the C-5C Op- 
tion 03 which includes a built-in Xenon flash unit 
that flashes to illuminate the graticule when the 
shutter opens The T922R uses the C-5C Option 
01, without the Xenon flash. Batteries are not in- 
cluded for either version. 



Order C-5C, Option 03 $500 

C-5C, Option 01 $480 



An NTSC IRE TV graticule is available Ask your 
local Tek Sales Engineer or Representative 

Viewing Hood 

Provides for convenient viewing in high ambient 
light conditions 

Order Viewing Hood (016-0377-00) .... $8.00 
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TEK 



100 MHz DUAL TRACE 

DIGITAL STORAGE OSCILLOSCOPE 



PORTABLE STORAGE 
OSCILLOSCOPES 




468/468R 

[GPiBl 

kEE-iggJ 

The 468 is designed to comply with IEEE Stan- 
dard 488 1978, and with Tektronix Codes and 
Formats Standard. 



10 MHz Useful Storage Bandwidth 
Cursors for Time and Voltage Measurements 
Envelope Mode 

Signal Averaging QPIB Options 

100 MHz Non-Storage Bandwidth 

Advancing the state-of-the-art in digital storage 
oscilloscopes is the TEKTRONIX 468. This high 
performance portable scope is capable of accu- 
rately storing and displaying 10 MHz single shot 
events using a unique display interpolation 
system 

The 468 was designed with many features which 
enhance its usefulness in your applications 
Cursors and a calibrated LED readout enable you 
to measure time or voltage differences easily and 
accurately 

Signal Averaging, now standard on the 468, can 
be used to remove random noise from a signal 
and improve measurement accuracy 



The ENVELOPE mode, a Tektronix exclusive, 
uses multiple sampling rates and digital memory 
to capture and record the maximum and mini- 
mum excursions of a waveform The resulting 
waveform "envelope" can be used to catch 
glitches, view frequency drift and amplitude mod- 
ulation, or detect aliasing. Unlimited storage time, 
expandable, repositionable stored traces; SAVE 
REFERENCE memory; pretrigger viewing; and 
correction for the trigger uncertainty inherent in 
digital storage make the 468 the most versatile 
digital storage scope available today 

In addition, the 468 features all the nonstorage 
performance of our 465B, the industry standard 
100 MHz oscilloscope. 

Options include signal averaging, a GPIB inter- 
face, a TV sync separator, and emi shielding 

DIGITIZER, MEMORY 

Speed — Digitizing rates from 10 samples per second at 5 
sec/div to 25 megasamples per second at 2 ^s/div and faster 
Digitizing rate changes proportionate to sweep speed (50 data 
words per horizontal division). Chopped mode effectively 
halves the digitizing rate per waveform. 

Resolution — 8 bit (1 part in 256) vertical resolution. 

Memory Size — Up to two 512 word waveforms or four 256 
word waveforms can be stored and displayed. 

Interpolator — Two firmware interpolators, one optimized for 
sine waveforms, one optimized for pulse waveforms. 



VERTICAL DEFLECTION 

(2 Identical Channels) 

Bandwidth and Rise Time — (At all deflection factors from 50 
if terminated source) 

Storage Modes* 



Display Response 


Bandwidth 


Risetime 


Sine 


10 MHz 


NA 


Pulse 


2.5 MHz 


64 ns 



‘Bandwidth measured at 5% envelope error and maximum 
sampling rate, using appropriate interpolator Rise time is 1 .6 
times minimum sample interval. Chopped mode halves the 
bandwidth 

Non-Store Mode * * 

15 # C to +40°C +45°C to + 55*C 

DC to 100 MHz. 3.5 ns 85 MHz. 4.1 ns 
“Measured at 3 dB Bandwidth may be limited to -20 MHz 
by bandwidth limit switch 

Cascaded bandwidth is at least 50 MHz when signal out is 
terminated m 50 if. 

Lower -3 dB point, ac coupling IX probe 10 Hz or less 10X 
probe 1 Hz or less. 

Deflection Factor at Bandwidth — 

0 5 mV/div to 5 V/div in storage modes 
5 mV/div to 5 V/div in non-store 
1-2-5 sequence, accurate ±3% 

Uncalibrated. continuously variable between steps and to at 
least 12.5 V/div. In cascade mode sensitivity is *=1 mV/div. 
Stored images can be expanded by factor of 10 vertically 
Display Modes — Ch 1; Ch 2 ADD (normal and inverted). 
Trigger View (non-store only), alternate, chopped — ae250 kHz 
rate, in any combination electronically switched in non-store; in 
storage chop rate is 1/2 the digitizing rate. 

Envelope Mode — Records waveform envelope over multiple 
sweeps 5 MHz digitizing rate from 5 sec/div to 10 ^s/div; 10 
MHz digitizing at 5 #iS/div; 25 MHz digitizing from 2 *is/div and 
faster Number of sweeps equals 1 to 256 plus continuous 
setting 

Signal Averaging — 2 to 256 sweeps can be averaged togeth- 
er to remove random noise 

Cmrr — Common-mode rejection ratio at least 20 dB at 20 
MHz (10 MHz in storage) for common-mode signals of 6 div or 
less 

Automatic Scale Factor — Probe tip deflection factors for 1 X 
or 10X coded probes are automatically indicated by two read- 
out lights behind the knob skirts All LEDs are off when the 
channel is not displayed 

Ground Reference Display — In storage modes moving the 
coupling selector to ground position will locate ground and dis- 
play a reference dot at left edge of CRT. 

Input R and C — 1 Mil ±2% paralleled by ^20 pF 



Max Input Voltage — 



Dc coupled 


250 V (dc + peak ac) 

500 V (p-p ac at 1 kHz or less) 


Ac coupled 


250 V (dc + peak ac) 

500 V (p-p ac at 1 kHz or less) 



Delay Line — Permits viewing leading edge of displayed 
waveform 




R468 RACK MOUNT 



242 







TEK 



400 

SERIES 



HORIZONTAL DEFLECTION 

Time B«»e A — 0 02 MS/div to 5.0 s/div (0.5 s/div in nonstore 
mode) in a 1 -2-5 sequence X 1 0 mag extends max sweep rate 
to 2 ns/div. 

Time Base B — 0 02 *is/div to 5 0 s/div (50 ms/div in nonstore 
mode) m a 1-2-5 sequence X10 mag extends max sweep rate 
to 2 ns/div 

Variable Time Control — In storage modes has no effect In 
non-store mode Time Base A provides continuously variable 
uncalibrated sweep rates between steps and to at least 1 25 
s/div LED warning light indicates uncalibrated setting 

Time Base Accuracy — Full 10 cm Storage Modes 0.1%. 

Non-storage Mode 





+ 20°C to + 30°C 


-15°C to + 55°C 


Unmagnified 


±2% 


±3% 


Magnified 


±3% 


±4% 



Horizontal Display Modes 

Storage — A, B delayed 

Non-Storage — A. A intensified, alternate, B delayed B ends 
A for increased intensity in the delayed mode Electronic 
switching between intensified and delayed sweep A sweep 
and B sweep may be viewed simultaneously 

CALIBRATED SWEEP DELAY 

Delay Time Range — 0.2 to XI 0 delay time/div settings of 200 
ns to 0.5 s. 

Differential Time Measurement Accuracy — 



Delay Time Setting 


+ 15°C to + 35°C 


over one or more 
major dial divisions 


±1% 


less than one major 
dial division 


±0.01 major 
dial divisions 



Jitter — 1 part or less in 50,000 (0.002%) of 1 0X the A sweep 
time/div setting 1 part in 20,000 (0 005%) when operating from 
50 Hz line 

TRIGGERING A AND B 

A Trigger Modes — Normal (sweep runs when triggered) 

I automatic (sweep runs in the absence of a triggering signal and 
for signals below 30 Hz). Single Sweep (sweep runs one time 
on the first triggering event after the reset selector is pressed) 
LED lights indicate when sweep is triggered and when single 
sweep is ready. 

A Trigger Holdoff — Adjustable control permits a stable pre- 
sentation of repetitive complex waveforms Non-store only. 

B Trigger Modes — B runs after delay time (starts automati- 
cally at the end of the delay time) and B tnggerable after delay 
time (runs when triggered) The B delayed sweep runs once, in 
each of these modes, following the A sweep delay time. 

( Storage Trigger Positions — Post-trigger point is at 1.25 div; 
Pre-trigger at 8.75 div. 

Time Base A and B Trigger Sensitivity and Coupling — 



Coupling 


To 25 MHz 


At 100 MHz 


Internal 

Dc 


0.3 div 
deflection 


1.5 div 
deflection 


External 


50 mV 


150 mV 


External +10 


500 mV 


1.5 V 


Ac 


Requirements increase below 60 Hz 


Ac Lf Reject 


Requirements increase below 50 kHz 


Ac Hf Reject 


Requirements increase below 60 Hz 
and above 50 kHz 



Digital Storage Jitter — 0.5 r|s or less at 100 MHz and 2 
I ns/div. 

Digital Trigger Uncertainty — Correction circuit for the ±1/2 
sample interval trigger uncertainty that is caused by asynchro- 
nous trigger/sample clock relationship 

A Trigger View — Electronically switched trigger view displays 
the external signal used for A sweep triggering This provides 
i quick verification of the signal and time comparison between a 
vertical signal and the trigger signal which can be displayed 
simultaneously The deflection factor is - 100 mV/div (1 V/div 
with external 10). 

Nonstore mode only. 

( Level and Slope — Internal, permits selection of triggering at 
any point on the positive or negative slope of the displayed 
waveform. Level adjustment through at least ± 2 V in external, 
through at least ± 20 V in external +10. 



A Sources — Norm. Ch 1 , Ch 2. line, external, and external 
+ 10 . 

B Sources — Starts after delay, norm. Ch 1. Ch 2. and 
external 

External Inputs — R and C *1 Mil paralleled by = 20 pF 250 
V (dc + peak ac) max input 

X-Y OPERATION 

Full-sensitivity X-Y (Ch 1 Horiz, Ch 2 Vert) — 5 mV/div to 5 
V/div. accurate ±4% Bandwidth is dc to at least 4 MHz 
Phase difference between amplifiers is 3° or less from dc to 50 
kHz 

Non-store mode only. 

DISPLAY 

CRT — 8 x 10 cm display Horizontal and vertical centerlines 
further marked in 0.2 cm increments. P31 Phosphor standard. 
P11 optional 18 kV accelerating potential 
Graticule — Internal, nonparallax, variable edge lighting 
markings for measurement of nse time. 

Beam Finder — Compresses trace to within graticule area for 
ease in determining the location of an offscreen signal A pre- 
set intensity level provides a constant brightness. 

Z-Axia Input — Dc coupled, positive-going signal decreases 
intensity; 5 V p-p signal causes noticeable modulation at nor- 
mal intensity; dc to 50 MHz Non-store mode only 

ENVIRONMENTAL CAPABILITIES 
Ambient Temperature — ■ Operating: - 15 # C to +55°C. Non- 
operating -55"C to + 75*C. Filtered forced air ventilation is 
provided 

Altitude — Operating: to 15,000 ft: max allowable ambient 
temperature decreased by 1 “C/1000 ft. from 5000 to 15,000 ft 
Nonoperating to 50,000 ft. 

Vibration — Operating: 15 minutes along each of the three 
axes. 0 06 cm (0.025 in) p-p displacement (4 g s at 55 Hz) 

10 to 55 to 10 Hz m 1 minute cycles 

Humidity — Operating and nonoperating 5 cycles (120 hours) 
to 95% relative humidity as specified in MIL-T-28800B (par 
3.92.2). 

Shock — Operating and nonoperating: 30 g s 1/2 sine, 11 ms 
duration. 3 shocks per axis in each direction for a total of 18 
shocks 

OTHER CHARACTERISTICS 
Amplitude Calibrator 



Output Voltage 


0.3 V 


1% 

0°C to +40°C 


Output Current 


30 mA 


2% 

+ 20°C to +30°C 


Frequency 


Approx 1 kHz 





Vertical Signal Output — Ch 1 vertical signal is dc to at least 
50 MHz (-3 dB), and =25 mv/div terminated mto 50 12. and 
= 50 mV/div terminated into 1 Mil. 

Gate Outputs — Positive gates from both time bases ( = 5 V). 
Power Requirements — Quick change line voltage selector 
provides four ranges to cover 90-132 V and 198-250 V. 48 to 
440 Hz. 150 watts max at 115 V and 60 Hz. 



PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


15.7 


6.2 


Width (with handle) 


32.8 


13.1 


Depth (with panel cover) 


55.0 


21.7 


Depth (handle extended) 


60.0 


23.8 


Weights (approx) 


kg 


lb 


Net (without panel cover) 


12.7 


28.0 


Net (with panel cover and 
accessories) 


13.9 


30.5 


Shipping 


19.1 


42.2 



INCLUDED ACCESSORIES 

Two P6105 10X probes (010-6105-03), blue accessory pouch 
(016-0594-00), clear pouch (016-0537-00), blue CRT light filter 
(337-1674-00). clear CRT light filter (337-1674-01). ground wire 
(134-0016-01). two 1 1/2-amp fuses (159-0016-00). one 3/4- 
amp fuse (159-0042-00) 



ORDERING INFORMATION 

468 Oscilloscope $6270 

R468 Rackmount Oscilloscope $6520 

INSTRUMENT OPTIONS 

Option 02 GPIB Interface — Addressable talker follows 

Tektronix codes and formats Add $820 

Option 04 Emc Environmental Add $140 

Option 05 TV Sync Separator 

(Provides triggering on TV field and line) Add $260 

Option 78 P1 1 Phosphor Add $35 

Modification kits, for field conversion of existing 468s to Option 
02. are available These are typically more expensive than 
when the option is ordered with the instrument Contact your 
Tektronix Sales Engineer. Distributor, or Representative for 
information 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 



Option A1 Universal Euro 220 V/16 A No Charge 

Option A2 UK 240 V/13 A No Charge 

Option A3 Australian 240 V/ 10 A No Charge 

Option A4 North American 240 V/ 1 5A No Charge 



OPTIONAL ACCESSORIES 
Optional Service ROM 

This provides service and signature analysis routines for verifi- 
cation and troubleshooting the digital portion of the instrument. 
Recommended to be used with a TEKTRONIX 308 Data Ana- 
lyzer. Order 067-0989-00 $85 

Probes — 



Probe 




Input 


Band- 


Type 


Attenuation 


Impedance 


width* 


P6063B 


IX 


1 Ml) 


6 


6 ft. 


Switchable 


105 pF 


MHz 






10 Ml) 


90 




10X 


14 pF 


MHz 


P6202 


10X 


10 Ml) 


100 


FET 




2pF 


MHz 


Probe 


100X Head 


10 Ml) 


100 


2 Meter 




2pF 


MHz 




Ac Head 


10 Ml) 


100 






4 pF 


MHz 


Current 




Insertion 




Probe 


Calibration 


Impedance 




P6022 


1 mA/mV 


0.03 n 


85 






at 1 MHz 


MHz 


5 ft. 


10 mA/mV 


Increasing to 






(Selectable) 


0.2 1) at 
120 MHz 





•Non-store modes — Band widths are measured at the upper 
-3 dB and apply only to the cable length shown Generally, 
shorter cable lengths increase bandwidth, longer ones de- 



crease bandwidth 

Folding Polarized Viewing Hood — 

Order 016-0180-00 $40 

Collapsible Viewing Hood — Binocular 

Order 016-0566-00 $15 

Protective Cover — Waterproof, blue vinyl 

Order 016-0365-00 $21 

Mesh Filter — Improves contrast and emc filtering 

Order 378-0726-01 $45 

SCOPE-MOBILE* Cart — Occupies <18 in aisle space, has 
storage area in base 

Order 200C $265 

1105 Battery Power Supply $1240 

Rack Adapter 016-0675-00 $300 



RECOMMENDED CAMERA 

C-30BP Option 01 General Purpose Compact Camera In- 
cludes 016-0301-00 mounting adapter/corrector lens 

Order C-30BP Option 01 $1285 

For further information see Camera section. 
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TITL/ 100 MHz DUAL TRACE 
I Llr\ STORAGE OSCILLOSCOPES 




466/464 



100 MHz at 5 mV/div 

5 ns/div Sweep Rate with X10 
Sweep Magnifier 

Variable Persistence and Fast Mesh 
Transfer Storage Modes 

3000 div/MS Stored Writing Speed (466) 

Battery Operation (optional) 



TEKTRONIX P6062B Probes provide operator 
convenience of IX or 1 0X input attenuation at the 
probe tip The correct deflection factor is auto- 
matically indicated on the 464 or 466 front panel 
when the probe attenuation factor is switched 

Light weight plus the ability to use optional, 
external dc power makes both the 466 and 464 
sufficiently portable for virtually all field measure- 
ment applications. The snap-on 1106 Battery 
Pack is also useful in isolating these 
oscilloscopes from noisy or intermittent power 
sources 



Third Channel Trigger View now 
available on 466 and 464 



Weighs ^11.8 kg, (26 lb) 




The 466 and 464 Portable Storage Oscilloscopes 
are both designed to display nonrepetitive or slow 
moving signals. And with the exception of in- 
creased stored writing speed on the 466, both 
instruments offer similar performance. 

Operating in a reduced scan mode, the stored 
writing speed of the 466 is 3000 div/^s (1350 
cm/^is) The lower cost 464 doesn't offer a re- 
duced scan mode and stores at 110 div//zs. Both 
instruments feature two modes of storage — 
variable persistence and fast transfer. 

The bright 8 x 10 div CRT on both instruments 
comprises 0 90 cm/divisions. In the 466, reduced 
scan graticule is superimposed over the center of 
the main graticule, measuring 8x10 divisions with 
0 45 cm/division All graticules are etched onto 
the inner face of the CRT to eliminate parallax 
problems A third channel trigger view option is 
now available for the 466 and 464 This option 
allows the simultaneous display of channels 1 and 
2 with the external A trigger 
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CHARACTERISTICS 

All characteristics apply to both the 466 and 464, except where 
indicated. 



VERTICAL DEFLECTION 
(2 Identical Channels) 

Bandwidth* and Rise Time — at all deflection factors from 50 
11 terminated source. 



— 15°C to + 40°C 


+ 40°C to + 55°C 


Dc to 100 MHz, <3.5 ns 


Dc to 85 MHz, <4.15 ns 



‘Measured at 3dB down Bandwidth may be limited to =20 
MHz by bandwidth limit switch. Lower -3 dB point, ac cou- 
pling IX probe; 10 Hz or less. 10X probe; 1 Hz or less 



Deflection Factor — 5 mV/div to 5 V/div (1-2-5 sequence), 
accurate ±3%. Uncalibrated. continuously variable between 
steps and to =12.5 V/div. In cascade mode sensitivity is =1 
mV/div Cascaded bandwith is at least 50 MHz when signal out 
is terminated in 50 0. 

Display Modes — Ch 1 . Ch 2 (normal or inverted), alternate, 
chopped ( = 250 kHz), added. X-Y. 

CMRR — Common-mode rejection ratio at least 20 dB at 20 
MHz for common-mode signals of 6 div or less 
Automatic Scale Factor — Probe tip deflection factors for 1 X 
or 10X coded probes are automatically indicated by two rea- 
dout lights behind the knob skirts. All lights are off when the 
channel is not displayed. Ground reference display selectable 
at probe (when dc coupled). 



Input R and C — 1 Mil ±2% paralled by =20 pF 

Max Input Voltage — 



Dc coupled 


250 V (dc + peak ac) 

500 V (p-p ac at 1 kHz or less) 


Ac coupled 


500 V (dc + peak ac) 

500 V (p-p ac at 1 kHz or less) 



Delay Line — Permits viewing leading edge of displayed 
waveform 



HORIZONTAL DEFLECTION 

Time Base A — 0 05 ^s/div to 0.5 s/div (1-2-5 sequence) X10 
mag extends sweep rate to 5 ns/div. 

Time Base B — 0 05 »iS/div to 50 ms/div (1-2-5 sequency). 
XI 0 mag extends sweep rate to 5 ns/div 
Variable Time Control — Time Base A — Provides continu- 
ously variable uncalibrated sweep rates between steps and to 
at least 1.25 s/div. Warning light indicates uncalibrated setting 
Time Base A and B Accuracy — Full 10 div. 





+ 20°C to +30°C 


— 15°C to +55°C 


Unmagnified 


±2% 


±3% 


Magnified 


±3% 


±4% 



Horizontal Display Modes — A, mixed sweep, A intensified, B 
delayed B ends A for increased intensity in the delayed mode. 
Calibrated Mixed Sweep — Displays A sweep for period de- 
termined by DELAY-TIME POSITION control, then displays B 
sweep for remainder of horizontal sweep 

CALIBRATED SWEEP DELAY 

Delay Time Range — 0.2 to XI 0 delay time/div settings of 200 
ns to 0.5 s (minimum delay time is 200 ns). 

Differential Time Measurement Accuracy — 



Delay Time 


+ 15°C 


— 15°C 


Setting 


to 


to 




+ 35°C 


+ 55°C 


over one or 


±1% 


±2.5% 


more major 
dial div 






less than 


±0.01 major 


±0.025 major 


one major 
dial div 


dial div 


dial div 



Jitter — One part or less in 50,000 (0.002%) of XI 0 the A 
sweep time/div setting 



TRIGGERING A and B 

A Trigger Modes — Normal (sweep runs when triggered), 
automatic (sweep free-runs in the absence of a triggering signal 
and for signals below 30 Hz). Single Sweep (sweep runs one 
time on the first triggering event after the reset selector is 
pressed) Lights indicate when sweep is triggered and when 
single sweep is ready 

A Trigger Holdoff — Adjustable control permits a stable pre- 
sentation of repetitive complex waveforms. At least 101 
variation. 

B Trigger Modes — B starts after delay time (starts automati- 
cally at the end of the delay time) B triggerable after delay time 
(runs when triggered) The B (delayed) sweep runs once, in 
each of these modes, following the A sweep delay time. 

Time Base A and B Trigger Sensitivity and Coupling — 



Coupling 


To 25 MHz 


At 100 MHz 


Dc 


Int 


0.3 div 
deflection 


1.5 div 
deflection 


Ext 


50 mV 


150 mV 




m 

x 

+ 

O 


500 mV 


1.5 V 




Ac Lf 


Requirements increase below 60 Hz 


Ac 


Reject 


Requirements increase below 50 kHz 




Ac Hf 
Reject 


Requirements increase below 30 Hz 
and above 50 kHz 



Jitter — 0 5 ns or less at 100 MHz and 5 ns/div (X10 mag). 




TEK 



400 

SERIES 



A Trigger View — A spring-loaded pushbutton overrides other 
vertical controls and displays the external signal used for A 
sweep triggering This provides quick verification of the signal 
and time comparison between a vertical signal and the trigger 
signal The deflection factor is =50 mV/div (0 5 V/div with ex- 
ternal -r 10 source). 

Level and Slope — Internal, permits selection of triggering at 
any point on the positive or negative slope of the displayed 
waveform. Level adjustment through at least ± 2 V in external, 
through at least ±20 V m external -r 10. 

A Sources — Norm. Ch 1. Ch 2 line, external and external 4- 
10 . 

0 Sources — Starts after delay, norm. Ch 1. Ch 2, and 
external 

External Inputs — R and C =1 MW paralleled by =20 pF. 250 
V (dc + peak ac) max input. 

Third Channel Trigger View Specifications (Option 10) — 

Deflection Factor (Dc trigger coupling only) 

EXT 100 mV/div ±5% 

EXT - 10 1 V/d«v ±5% 

Delay difference (to Ch 1 or Ch 2) 3.5 ns ± 1 ns 
Trigger point is approximately center screen 
Risetime <5 ns. 

Aberration <10% p-p 

X-Y OPERATION 

Full Sensitivity X-Y (Ch 1 Horiz. Ch 2 Vert) — 5 mV/div to 5 
V/div. accurate ±4%. Bandwidth is dc to at least 4 MHz. 
Phase difference between amplifiers is 3° or less from dc to 50 
kHz 

DISPLAY 

CRT — 8 x 10 div display, each div is 0.9 cm (normal); 0.45 
cm/div reduced scan (466 only). 8.5 kV accelerating potential. 
I normal-mode, 10 kV reduced scan (466 only). P31 Phosphor 
Graticule — Internal, nonparallax; variable edge lighting; 
markings for measurement of rise time. 

Beam Finder — Compresses trace to within graticule area for 
ease in determining the location of an off-screen signal. A pre- 
set intensity level provides a constant brightness. 

Z-Axia Input — Dc coupled, positive-going signal decreases 
intensity, 5 V p-p signal causes noticeable modulation at nor- 
* mal intensity, dc to 50 MHz. 

STORED WRITING SPEEDS 





466 


464 


Storage* 

View 

Time 


Full Scan 
i (Center 6x8 div; 
0.9 cm/div) 








FAST 


150 div//is 


110 div//xs 


>15s 


VARIABLE 

PERSISTANCE 


0.5 dlv/,us 


0.5 div/ytis 


>15s 


Reduced Scan 
(Center 8x10 div; 
0.45 cm/div) 

FAST 


3.000 

div//iS 


Reduced 
Scan not 
available 
on 464 


>15s 


VARIABLE 

PERSISTANCE 


3 div//xs 




>15s 



•These times are at full-stored display intensity; they 
can be extended at least 25 times using reduced in- 
tensity in SAVE Display Mode. 



ENVIRONMENTAL CAPABILITIES 
Ambient Temperature — Operating; -15 # C to +55°C. Non- 
operating: -55°C to +75°C. Forced air ventilation is 
provided 



Altitude — Operating: to 15,000 ft. max allowable ambient 
temperature decreased by 1 °C/1000 ft from 5000 to 15.000 ft. 
Nonoperating to 50.000 ft 

Vibration — Operating 15 minutes along each of the three 
axes. 0 06 cm (0 025 in) p-p displacement (4 g s at 55 Hz) 10 to 
55 to 10 Hz in 1 minute cycles. 

Humidity — Operating and nonoperating 5 cycles (120 hours) 
to 95% relative humidity referenced to MIL-E-16400F (par 4.5 9 
through 4 5.9.51. class 4). 

Shock — Operating and nonoperating 30 g s. 1/2 sine. 11 ms 
duration. 2 shocks per axis in each direction for a total of 12 
shocks 

OTHER CHARACTERISTICS 
Amplitude Calibrator — 



Output Voltage 


0.3 V 


1% 

0°C to +40°C 


Output Current 


30 mA 


2% 

+ 20°C to +30°C 


Frequency 


Approx 1 kHz 





Vertical Signal Output — Ch 1 vertical signal is dc to at least 
50 MHz and =25 mV/div terminated into 50 Q, and =50 
mV/div terminated into 1 MW. 

Gate Outputs — Positive gates from both time bases (=5 V). 
Power Requirements — Quick-change line voltage selector 
provides six ranges 1 10 V. 115 V. 120 V. 220 V. 230 V. and 
240 V. each ± 10%. 48 to 440 Hz. 100 W max at 1 15 V and 60 
Hz Operation from 12 to 24 V dc is available with Option 07. 

PHYSICAL CHARACTERISTICS 



Dimensions 


in 


cm 


Height (w/o pouch) 


6.2 


15.9 


Width (with handle) 


13.1 


33.0 


Depth (with panel cover) 


21.7 


55.0 


Depth (handle extended) 


23.8 


59.7 


Weights (approx) 


lb 


kg 


Net (without panel cover or 
accessories) 


26.0 


11.8 


Net (with panel cover and 
accessories) 


29.8 


13.5 


Shipping 


41.5 


18.8 



INCLUDED ACCESSORIES 

Two P6062B Probes (010-6062-13). blue accessory pouch 
(016-0535-02). clear pouch (016-0537-00). CRT light filter (337- 
1674-01). two 1 1 /2-amp fuses (159-0016-00). one 3/4-amp 
fuse (159-0042-00). adapter, ground wire (134-0016-01), view- 
ing hood (016-0592-00). 



ORDERING INFORMATION 

466 Storage Oscilloscope $6385 

466 DM 44 Storage Oscilloscope/DMM 

DM 44 Multimeter info on p.233 $6890 

464 Storage Oscilloscope $5165 

464 DM 44 Storage Oscilloscope/DMM 
DM 44 Multimeter info on p.233 $5670 

INSTRUMENT OPTIONS 
Option 01 Delete DM 44 Temperature Probe 

(466 DM 44, 464 DM 44 only) Sub $60 

Option 04 Emc Modification Add $140 

Option 05 TV Sync Separator (Provides 

triggering on TV field) Add $260 

Option 07 Ext Dc Operation 

(Option 07 cannot be ordered with DM 44) Add $220 

Option 10 Third Channel Trigger View Add $110 

(Option 10 cannot be ordered with Option 05) 

Option 1 Y 100/200 VAC Operation No Charge 

INTERNATIONAL POWER CORDS AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



Modification kits for field conversion of existing 466s and 464s 
to Option 07 or DM 44 equipped scopes are available These 
are typically more expensive than when the option is ordered 
with the instrument. Contact your Tektronix Sales Engineer, 
Distnbutor. or Representative for information 



OPTIONAL ACCESSORIES 

Probes — 



Probe 

Type 


Attenua- 

tion 


Input 

Impedance 


Bandwidth* 

with 

464/466 


P6063B 
6 ft 


IX 

Switchable 

10X 


1 Mtt 
105 pF 
10 Ml) 
14 pF 


6 MHz 
90 MHz 


P6202 
FET Probe 


10X 


10 Mfi 
2pF 


100 MHz 


2 Meter 


100X Head 


10 MQ 
2pF 






Ac Head 


10 MQ 
4 pF 




Current 

Probe 


Calibra- 

tion 


Insertion 

Impedance 


Bandwidth 

with 

464/466 


P6022 


1 mA/mV 
10 mA/mV 
(Select- 
able) 


0.03 n @ 

1 MHz In- 
creasing 
to 

0.2 Q @ 
120 MHz 


85 MHz 



•Bandwidths are measured at the upper 3 dB point, and ap- 
ply only to the cable length shown Generally, shorter cable 
lengths increase bandwidth, longer ones decrease bandwidth 



OPTIONAL ACCESSORIES 




1106 Battery Pack (used with Option 07) $905 

1105 Battery Power Supply $1240 

Mesh Filter — Improves display contrast in high ambient light. 

Order 378-0726-01 $45 

Protective Cover — Waterproof vinyl. 

For 464/466 Order 016-0365-00 $21 

Folding Viewing Hood — Order 016-0592-00 $12 

Folding Binocular Hood — Order 016-0566-00 $15 

Polarized Collapsible Viewing Hood — 

Order 016-0180-00 .. $40 

SCOPE-MOBILE’ Cart — Occupies <18 inches aisle space, 
has storage area in base 

Order 200 C $265 

Rack Adapter — 

Order 016-0676-00 $250 

(Not for DM 44) 

RECOMMENDED CAMERA 



C-30BP Option 01 General Purpose Camera — Includes 016- 
0301-01 mounting adapter/corrector Ions. 

Order C-30BP Option 01 $1285 

Camera Adapter — Mounts C-30B Series Camera to 464/466 
Oscilloscopes 

Order 016-0301-01 $105 

For further information see Camera section. 




TI -\/ 25 MHz DUAL TRACE 
I Cl\ STORAGE OSCILLOSCOPE 




434 



25 MHz at 10 mV/div 

20 ns/div Sweep Rate 
with X50 Sweep Magnifier 

Weighs ^9.4 kg (20.8 lb,) 



A bistable, split-screen storage oscilloscope with 
a 25 MHz bandwidth, the compact 434 fills many 
needs 

The split screen provides full-screen storage, or 
upper or lower screen storage, with the other half 
conventional. 

Tektronix 434s are used for maintaining display 
boards, video monitors, automatic baggage han- 
dling systems. X-ray systems, and air-conditioning 
and heating systems 

VERTICAL DEFLECTION 
(2 Identical Channels) 

Bandwidth and Rise Time — (from 50 U terminated source, 
with or without 10X probe) Dc to at least 25 MHz at 3 dB 
down*, 14 ns from 10 mV/div to 10 V/div. decreasing to 15 
MHz. 22 ns at 1 mV/div. Low frequency 3 dB down point with 
ac coupling is 14 Hz or less (<1 Hz with 10X probe) 
Deflection Factor — 1 mV/div to 10 V/div, accurate ±3%. 
Uncalibrated, continuously variable between steps and to = 25 
V/div 

Display Modes — Ch 1 only, Ch 2 only (normal or inverted), 
alternate, chopped ( = 100 kHz), added 
CMRR — Common-mode rejection ratio at least 20 dB at 10 
MHz for common-mode signals of 6 div or less 
Automatic Scale Factor — Probe tip deflection factors for IX 
or 10X coded probes are indicated by lights besides the knob 
skirts Ground reference display selectable at probe (when dc 
coupled) 

Input R and C — 1 Mil ± 2% paralleled by =24 pF. 

Max Imput Voltage — Dc coupled: 250 V (dc + peak ac); ac 
coupled: 500 V (dc + peak ac). In either mode the max ac is 
500 V p-p at 1 kHz or less 

Delay Line — Permits viewing of leading edge of displayed 
waveform 



HORIZONTAL DEFLECTION 

Time Base — 0.2 ^s/div to 5 s/div (1-2-5 sequence) X50 mag 
extends fastest sweep rate to 20 ns/div. 

Variable Time Control — Uncalibrated, continuously vanable 
between steps and to 12.5 s/div. 

Time Base Accuracy. Full 10 div — 





+ 20°C to + 30°C 


— 15°C to + 55°C 


Unmagnified 


±3% 


±4% 


Magnified 


±4% 


±5% 



•Bandwidth derated to 22 MHz above + 30°C. 

External Horizontal Input — Deflection factor is =0.5 V/div. 
Input resistance is = 50 kfl. 

TRIGGER 

Modes — Auto trigger (sweep free-runs in absence of trigger- 
ing signal, normal trigger, single sweep 

Trigger Sensitivity and Coupling — 



Coupling 




To 5 MHz 


At 25 MHz 


Dc 


Internal 

External 


0.3 div 
deflection 

50 mV 


1 div 

deflection 
125 mV 


Ac 


Requirements increase below 20 Hz 


Ac Lf Reject 


Requirements increase below 50 kHz 


Ac Hf Reject 


Requirements increase above 50 kHz 



Sources — Ch 1 only, composite line, external and external 
-r 10. External trigger level range is at least + 2 V to -2Vor 
+ 20 V to - 20 V. 

External Inputs — Input R =1 MU paralleled by 100 pF -rl or 
70 pF - 10 250 V (dc -f peak ac). 

DISPLAY 

CRT — 8 x 10 div (1 div = 0 975 cm) horizontal and vertical 
divisions further marked in 0.2 div increments. PI Phosphor. 4 
kV accelerating potential. 

Graticule — Internal, non parallax, non-illuminated. 

Beam Finder — Compresses trace to within graticule area for 
ease m locating an off-screen signal 

Z-Axis Input — Dc coupled, positive going signal decreases 
intensity. 5 V p-p signal causes noticeable modulation; dc to 20 
MHz usable frequency range 

STORAGE FEATURES 

Display Modes — Split-screen with storage on upper or lower 
half of screen with conventional display on other half Storage 
on entire screen or conventional dfisplay Independent oper- 
ation of halves 



Stored Writing Speed (Center 8 div) — Normal. 100 div/ms. 
Enhanced, increases single-sweep storage wnting speed to at 
least 400 div/ms. (Option 01. 500 div/ms. normal, to 5000 
div/ms. enhanced). 

Erase Time — 300 ms or less 

Locate — Beam can be positioned left of the graticule area to 
determine vertical position of next sweep without disturbing 
stored display 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: -15°C to +55°C. Non- 
operating: -55°Cto + 75°C. 

Altitude — Operating to 15.000 ft. max allowable ambient 
temperature decreased by 1 °C/1000 ft from 5000 to 15.000 ft 
Nonoperating to 50.000 ft. 

Vibration — Operating: 15 minutes along each of the three 
axes. 0.06 cm (0.025 in) p-p displacement (4 g s at 55 Hz) 10 to 
55 to 10 Hz in 1 minute cycles 

Humidity — Operating and nonoperating: 5 cycles (120 hours) 
to 95% relative humidity referenced to MIL-E-16400F (par 4.5.9 
through 4. 5.9.1. class 4). 

Shock — Operating and nonoperating: 30 g s. 1/2 sine. 1 1 ms 
duration. 2 shocks per axis in each direction for a total of 12 
shocks 

OTHER CHARACTERISTICS 

Amplitude Calibrator — 0.6 V ±10%. 1 kHz ±1.0%( + 20°C 
to +30°C). Output resistance is 575 Q. 

Power Requirements — Operates on all voltages from 90 V to 
136 V and 180 V to 272 V. 48 to 440 Hz. 60 W max. Also 
operates from 220 V dc to 350 V dc 



PHYSICAL CHARACTERISTICS 





Cabinet 


Rackmount 


Dimensions 


cm 


in 


cm 


in 


Height (w/o pouch) 


14.2 


5.6 


13.3 


5.3 


Width (with handle) 


33.0 


13.0 


48.3 


19.0 


Depth 


47.5 


18.7 


45.7 


18.0 


Weights (approx) 


kg 


lb 


kg 


lb 


Net 


9.4 


20.8 


10.5 


23.1 


Shipping 


13.6 


30.0 


22.2 


49.0 



INCLUDED ACCESSORIES 

Two P6105 Probes (010-6105-03), accessory pouch (016- 
0165-00). Rack models also include mounting hardware and 
slide out assemblies, but not pouch 



ORDERING INFORMATION 



434 Storage Oscilloscope $4400 

R434 Storage Oscilloscope Rackmount 
Model $4570 

Option 01 Increased Writing Speed Add $200 



OPTIONAL ACCESSORIES 

Probes — 



Probe 

Type 


Attenuation 


Input 

Impedance 


Bandwidth* 
with 434 


P6062A 
6 ft 


Switch- IX 
able 

10X 


i m 
5 pF 
10 Mfi 
14 pF 


6.7 MHz 
25 MHz 


Current 

Probe 


Calibration 


Insertion 

Impedance 


Bandwidth 
with 434 


P6022 


1 mA/mV 
10 mA/mV 
(Selectable) 


0.03 n 
@ 1 MHz 
increasing 
to 0.2 « 
@ 120 MHz 


25 MHz 


•Bandwidths are measured at the upper -3 dB. and apply 
only to the cable length shown Generally, shorter cable 
lengths increase bandwidth 



1105 Battery Power Supply — 

Order 1 105 Battery Power Supply $1240 

Mesh Filter — Improves contrast and emc filtering. 

Order 378-0682-00 $33 

Portable to Rackmount Assembly — Includes hardware for 
standard 434 in 19 inch rack mounting. 

Order 016-0272-00 $200 

Folding Polarized Viewing Hood — 

Order 016-0180-00 $40 

SCOPE-MOBILE’ Cart — Occupies <18 inches aisle space, 
has storage area in base 

Order 200C $265 

RECOMMENDED CAMERA 

C-30BP Option 01 General Purpose Camera — Includes 016- 
0301-00 mounting adapter/corrector lens. 

Order C-30BP Option 01 $1285 

For further information see Camera section. 
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SONY 9 / TEKTRONIX 



10 MHz DUAL TRACE 
STORAGE OSCILLOSCOPE 




314 



10 MHz at 1 mV/div 

100 ns/div Sweep Rate with XI 0 Sweep 
Magnifier 

Stored Viewing Time to 4 Hours 

integrate Mode for Intensifying Fast Rise 
Time, Low Repetition Rate Signals 

Operates from Ac Line, 12 V Dc, or 24 V Dc 

Small Size, Weights ^4.7 kg, (10.5 lb) 



The 10 5 pound, bistable storage 314 provides 1 
mV/div sensitivity at 10 MHz, with a 4 hour 
viewing time With long-term storage, you can use 
the 314 to monitor signal lines where undesired 
transients are suspected 
For fast rise time, low repetition rate signals, an 
integrate mode increases the intensity of the 
stored trace 

Compact size and operation from ac, dc or 
external dc source mean that the 314 will easily 
go wherever you need a storage oscilloscope. 
Combined function controls, color coding, and 
functional front-panel layout make the 314 easy to 
use Probes mount on the side, permitting an 
uncrowded front panel and large CRT 
The 1 mV/div sensitivity is particularly useful for 
measurement of transducer signals such as those 
from magnetic recording heads. An autoerase 
mode, with variable erase period from 1 to 5 
seconds, enhances the ability of the 314 to make 
measurements on slowly changing analog signals 
such as those from a pressure transducer. Other 
applications for the 314 occur in industrial control 
systems, biophysical instrumentation, communi- 
cation terminals, POS terminals, computer 
peripherals, and communication systems. 



VERTICAL DEFLECTION 

Bandwidth and Rite Tima — Dc to at least 10 MHz. Rise 
time. 36 ns or less for a 4 div step input. For ac coupling, the 
lower 3 dB point is 10 Hz or less. 

Deflection Factor — 1 mV/div to 10 V/div (1-2-5 sequence), 
accurate ± 3%. Continuously vanable between steps and to at 
least 25 V/div (uncalibrated). 

Display Modes — Ch 1 . Ch 2 (normal or inverted), chopped, 
alternate, added, and X-Y. 

Input R and C — 1 Mil paralleled by =^47 pF. 

Max Input Voltage — Ac or dc coupled. 300 V (dc + peak ac) 
Delay Line — Permits viewing leading edge of displayed 
waveform 

HORIZONTAL DEFLECTION 

Time Base — 1 ^s/div to 5 s/div. XI 0 mag extends sweep rate 
to 100 ns/div. 

Variable Time Control — Uncalibrated. continuously vanable 
between steps and to at least 12.5 s/div. 

Time Base Accuracy, center 8 div 



Unmagnified 




1 MS/div to 0.2 s/div 


±3% 


0.5 s/div to 5 s/div 


±4% 


Magnified 




50 ms/div to 0.5 s/div 


±5% 


0.5 AS/div to 20 ms/div 


±4% 


0.1 its/div and 0.2 /is/div 


±5% 



TRIGGER 

Modes — Normal (sweep generator requires a trigger to gen- 
erate a sweep). Automatic (minimizes trigger adjustment) 
Sweep generator free-runs in the absence of a trigger Single 
sweep (one sweep is initiated by the first trigger after a reset) 
Trigger Sources — Internal: Ch 1. Ch 2 or composite, 
external 

Trigger Sensitivity and Coupling 



Coupling 




To 1 MHz 


At 10 MHz 


Dc 


Internal 


0.3 div 
deflection 


1 div 

deflection 




External 


150 mV 


500 mV 


Ac 


requirements increase below 30 Hz 


Ac Lf Reject 


requirements increase below 50 kHz 



X-Y OPERATION 

Input — X-axis input is via the external horizontal input con- 
nection Both Ch 1 and Ch 2 provide vertical inputs. Using 
chopped mode, two simultaneous X-Y displays can be 
obtained 



X-Axis Deflection Factors — Continuously vanable from 20 
mV/div to 2 V/div Bandwidth, dc to at least 200 kHz 
Input Impedance — 1 Mit ±2% paralleled by ^62 pF 
DISPLAY 

CRT — 8 x 10 div (0.6 cm/div) display P44 Phosphor 2 kV 
accelerating potential 

Graticule — Internal, non-dlummated. Vertical and honzontal 
centerlines marked m 5 minor div per major 0.6 cm/div. 

Z- Axis Input — Range + 5 V to + 20 V (dc coupled) with a 1 00 
kHz or greater usable frequency range Max input voltage. 50 

V (dc + peak ac). 

STORAGE FEATURES 

Display Modes — Direct view, bistable storage, and non-store 
modes Enhance mode to increase stored wnting rate in the 
single sweep mode. Auto erase mode to automatically erase 
stored display after each sweep Viewing time before auto 
erase can be varied from 1 sec or less to at least 5 sec Inte- 
grate mode increases stored brightness of very fast repetitive 
signals 

Stored Writing Speed — Normal, at least 80 div/ms. En- 
hanced. increases to at least 400 div/ms (250 cm/ms) in en- 
hanced mode 
Erase Time — 300 ms. 

ENVIRONMENTAL CAPABILITIES 
Ambient Temperature — Operating: -15*C to +55 # C. Non- 
operating -40°C to + 75“C. 

Altitude — Operating: to 20.000 ft max. decrease max tem- 
perature by 1 "C/1000 ft from 5000 ft to 20.000 ft. Nonoperat- 
ing. 50.000 ft max. 

Vibration — Operating: 15 minutes along each of the three 
major axes. 0.06 cm (0.025 m) p-p displacement (4 g s at 55 
Hz) 10 to 55 to 10 Hz in 1 minute cycles. 

Humidity — Nonoperating: 5 cycles (120 hours) of MIL-Std- 
202D. Method 106C Omit freezing and vibration and allow a 
post-test drying period at 25 °C ± 5 # C and 20% to 80% relative 
humidity 

Shock — Operating and nonoperating: 30 g's. 1/2 sine. 11 ms 
duration each direction along each major axis. Total of 12 
shocks 

OTHER CHARACTERISTICS 

Amplitude Calibrator — 0.5 V accurate ±1% from 20°C to 
30° C. ±2% from 15°Cto+55°C. 

Power Sources — External ac source. 90 V to 132 V or 180 V 
to 264 V with a line frequency of 48 Hz to 440 Hz. Max power 
dissipation 29 W at 115 V. External dc source. +11 V to +14 

V or + 22 V to + 28 V with a max current dram of 1 .6 A at +12 
Vor 0 8 A at +24 V. 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height (w/o pouch) 


11.2 


4.4 


Width (with handle) 


23.6 


9.3 


Depth (handle not extended) 


34.7 


13.6 


Depth (handle extended) 


44.8 


17.6 


Weights (approx) 


kg 


lb 


Net (without accessories) 


4.7 


10.5 


Shipping 


7.6 


17.0 



INCLUDED ACCESSORIES 

Two P6149 10X probes (010-6149-03). carrying case and 
pouch (016-0612-00). external dc cable assembly (012-0406- 
00). strap (346-0131-00). two 1.6-A fuses (159-0098-00). two 
0 8-A fuses (159-0132-00). two 0.15-A fuses (159-0130-00). 
three 0.1 6- A fuses (159-0131-00). 



ORDERING INFORMATION 
314 Storage Oscilloscope $3345 

The SONY*/TEKTRONIX* 314 is manufactured and marketed 
in Japan by Sony/Tektronix Corporation. Tokyo. Japan. Out- 
side of Japan the 314 is available from Tektronix. Inc., its mar- 
keting subsidiaries and distributors 



RECOMMENDED CAMERA 

C-30BP General Purpose Camera $1245 

Camera Adapter— Mounts C-30BP to 314. 

Order 016-0327-01 $165 

For further information see Camera section. 



TdU' 500 kHz DUAL TRACE 
I Cr\ STORAGE OSCILLOSCOPE 



200 SERIES 
MINISCOPES 




214 



500 KHz, 1 mV/div to 50 V/div 



Internal Battery 



Display Modes — Ch 1 only. Ch 2 only, or Ch 1 and Ch 2 
chopped ( = chop rate — 40 kHz) from 500 ms/div to 2 ms/div 
of time base, alternate from 1 ms/div to 5 *is/div of time base. 
Input R and C — = 1 MU paralleled by = 160 pF from 1 mV/div 
to 50 mV/div. and 140 pF from 100 mV/div to 50 V/div. 

Max Input Voltage (IX probe only) — 



1 mV/div to 50 mV/div 



600 V (dc + peak ac) 
ac not over 2 kHz. 



Integral 1 Mft Probe 



0.1 V/div to 50 V/div 



600 V (dc + peak ac) 
600 V p-p ac 
5 MHz or less 



Weighs ^1.6 kg, (3.5 lb) 



The 214 features these signal acquisition capabili- 
ties: bandwidth to 500 kHz with deflection factors 
from 1 mV/div to 50 V/div. It is lightweight (only 
3 5 pounds) and compact (3 x 5.25 x 9.5 inches). 
The 214 offers storage capabilities This is useful 
for viewing non-repetitive or slow moving signals 

Built of impact-resistant plastic and fully self 
contained, this miniature portable is ideal for 
applications in severe environments. And it per- 
mits "floating" measurements since it is double 
insulated and can be elevated to 700 V (dc + ac) 
above ground when operated from batteries. 
Although insulated, normal caution should be 
observed when connecting the oscilloscope 
probe to the test point. 

The 214 features integral probes that are color 
matched with the vertical deflection controls to 
minimize measurement error The probes have 
their own storage space and are part of the 
instrument— you can't forget and leave them 
behind Clip-on 10X attenuators are available for 
higher voltage applications. 

Trigger level and slope functions are simplified to 
one rotary control on the side of the unit A 
convenient neckstrap is an included accessory, 
freeing both hands to perform other tasks. 

In the single sweep mode the 214 can be set to 
wait for. then record, a single event. With this 
feature, the scope’s sweep circuit is armed and 
will wait for the signal to arrive before it runs. 
When the signal occurs, the sweep runs once. 
When combined with storage, this provides the 
unique capabilities of automatically waiting for an 
event and then storing it for subsequent viewing 

VERTICAL DEFLECTION 

Bandwidth — Dc to at least 500 kHz from 1 0 mV/div to 50 
V/div. reducing to at least 100 kHz at 1 mV/div Lower -3 dB 
point ac coupled is <2 Hz. 

Deflection Factors — 1 mV/div to 50 V/div (1-2-5 sequence), 
accurate ±5%. Uncalibrated. continuously variable between 
steps to at least 125 V/div. 



HORIZONTAL DEFLECTION 
Time Base — 5 *is/div to 500 ms/div. accurate ±5%. 
Variable Magnifier — Increases each sweep rate X5 with a 
max sweep speed of 1 »iS/div. 

External Horizontal Input — (Ch 1) 1 mV/div to 50 V/div 
± 10%. dc to 100 kHz: X-Y phasing to 5 kHz <3°. Input char- 
acteristics same as Ch 1 . 

Max External Horizontal Input Voltage and Impedance — 

Same as for vertical inputs. 

Input Impedance — R and C. 1 MU paralleled by =30 pF 

TRIGGER 

Tngger Modes — Automatic or normal Level and slope se- 
lected with a single control. Automatic operation minimizes trig- 
ger adjustment and provides a bright baseline with no input. 

Trigger Sensitivity and Coupling 



Coupling 




to 500 Hz 


Dc 


Internal 

(w/composite 

trigger 

source) 


0.2 div 




Internal 

(w/Ch 2 trigger 
source) 


0.2 div 




External 


1 V 



Max External Trigger Input Voltage — 8 V (dc -f peak ac). 16 
V (p-p) at 1 MHz or less 

Single Sweep — Sweep generator produces one sweep when 
trigger is received 

DISPLAY 

CRT — Bistable storage. 6 x 10 div (0.52 cm/div) display P44 
Phosphor 

Graticule — Internal, black line, non-illuminated 

STORAGE FEATURES 

Stored Writing Speed — Normal, at least 80 div/ms. En- 
hanced. increases single-sweep storage writing speed to at 
least 500 div/ms Enhance is automatic from 0.1 ms to 5 ^s/div 
in single sweep 

Stored Luminance — At least 8 1L at 25°C. 

Storage Viewing Time — = 1 hr. 

ENVIRONMENTAL CAPABILITIES 

Ambient Temperature — Operating: (battery only). - 15°C to 
+ 55°C. Charging or operating from ac line. 0°C to +40°C. 
Nonoperating: -40°C to + 60°C. 

Altitude — Operating: 25,000 ft. decrease max temperature 
by 1 °C/1000 ft above 15.000 ft Nonoperating: 50.000 ft 



Vibration — Operating and nonoperating 15 minutes along 
each of the 3 major axes. 0 06 cm (0 025 in) p-p displacement 
(4 g s at 55 Hz) 10 to 55 to 10 Hz in one minute cycles Held for 
three minutes at 55 Hz. 

Humidity — 5 cycles (120 hours) to 95% relative humidity, re- 
ferenced to MIL-E-16400F 

Shock — Operating and nonoperating 150 g s. 1/2 sine. 2 ms 
duration in each direction along each major axis Total of 12 
shocks 

OTHER CHARACTERISTICS 

Power Sources — Internal NiCd batteries provide = 3.5 to 5 
hours operation ( — 25 to 3.5 hours in 214 stored mode) for a 
charging and operating temperature between 20 °C and 30°C. 
Internal charger charges the batteries when connected to an ac 
line with instruments turned off Battery operation is automati- 
cally interrupted when battery voltage drops to =10 V to pro- 
tect batteries against deep discharge Full recharge requires 
- 16 hours Extended charge times will not damage the 
batteries 

A pilot light battery-charge indicator light will extinguish when 
oscilloscope has about 5 min of operating time remaining in the 
batteries 

External Ac Source — 1 10 to 126 V. 58 to 62 Hz. 3 W Can be 
operated at 104 to 1 10 V with resulting slow discharge of inter- 
nal batteries 

Insulation Voltage — 500 V RMS or 700 V (dc 4 peak ac) 
when operated from internal batteries, with the line cord and 
plug stored When operated from ac. line voltage plus floating 
voltage not to exceed 250 V RMS. or 1 4X line i peak ac) not 
to exceed 350 V 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


7.6 


3.0 


Width 


13.3 


5.3 


Depth 


24.1 


9.5 


Weights (approx) 


kg 


lb 


Net (without accessories) 


1.6 


3.5 


Shipping 


3.2 


7.0 



INCLUDED ACCESSORIES 

Viewing hood (016-0199-01), carrying case (016-0512-00). two 
4- A fuses (159-0121-00). identification tags (000-7983-00). 
identification tag (334-2614-00). carrying strap (346-0104-00) 



ORDERING INFORMATION 
214 Dual-Trace Storage Oscilloscope, 
Including Batteries $2100 

POWER OPTIONS 

Option 01 for 220-250 V, (48 to 52 Hz) includes batteries 

— No Charge 

Option 02 for 90 to 110 V, (48 to 52 Hz) includes battenes 

— No Charge 

OPTIONAL ACCESSORIES 

10X Attenuator Package — A slip-on tip to provide lower 
circuit loading (4 4 Mil, =20 pF) and higher max input voltage 
1000 V (dc 4 peak ac) includes: 10X attenuator (010-0378- 
01); pmcher tip (013-0071-00); flex tip (206-0060-00). banana 
tip (134-0013-00). 1C adapter (206-0203-00) 

Order 010-0378-01 *45 

Alligator Clip Kit — A pair of alligator clips that allow connect- 
ing the probe (or optional 10X attenuator) and ground lead to 
large (up to 3/8 in) conductors. Includes: red clip (015-0229- 
00). yellow clip (015-0230-00); 6-32 to probe adapter (103- 



0051-01). 

Order 015-0231-00 *16 

Probe-tip to BNC Panel Connector Adapter 

Order 013-0084-01 *8.00 

Probe-tip to BNC Cable Adapter 

Order 103-0096-00 *10.50 



Power Cable Adapter Assembly — A short length of two-wire 
power cord One end has a female NEC socket fitting the 200 
Series power cords, the other end is left open so that the wires 
can be attached to a non-NEC male power plug. Plugs not 
supplied 

Order 161-0077-01 *7.00 
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TPL/ T900 
I Cr\ SERIES 



10 MHz DUAL TRACE 
STORAGE OSCILLOSCOPE 




T912 



10 MHz at 2 mV/div 

250 cm/ms Stored Writing Speed 

50 ns/div Sweep Rate (with XI 0 
Sweep Magnifier) 

8 x 10 cm Bistable Storage CRT 

Weighs ^7.9 kg, (17.5 lb) 

Differential Input Option 



The T9 12 Storage Oscilloscope is well suited for a 
wide range of applications in education and 
industry As a training aid in basic electricity and 
electronics courses, the storage feature is highly 
useful in creating visual representations of electri- 
cal signals. In physics and engineering courses, 
storage permits the user to capture and display 
single-shot events like the pressure curve gener- 
ated in the chamber of an engine or the stress- 
strain characteristics of a material undergoing 
destructive testing 

The T9 12 has similar industrial applications, where 
it can also be used to compare input vs feedback 
signals in servo-mechanisms, for shock and vibra- 
tion analysis, and countless other transducer- 
aided measurements 

Besides bistable storage, the T9 12 offers other 
features seldom found in economy-model 
oscilloscopes These include a delay line, which 
allows you to view the leading edge of fast-rising 
signals; a 12-step calibrated vertical attenuator; 
constant bandwidth throughout the sensitivity 
range of 10 V to 2 mV per centimeter; 19 
calibrated sweep rates ranging from 0.5 s to 500 
ns/cm; 3% amplitude and timing accuracy; and 
minimal corner shift over a broad vertical dynamic 
range 

The T9 12 may be ordered with a differential input 
option In DIFF mode, the T912 displays the 
difference between Channel 1 and Channel 2 
signals The Channel 2 signal is automatically 
inverted The algebraic sum of the Channel 1 
signal and the inverted Channel 2 signal is then 
displayed on the CRT 



VERTICAL SYSTEM 
Mode Selection 

Ch 1 — Displays only the Ch 1 signal 
Ch 2 — Displays only the Ch 2 signal 

Dual Trace — Displays Ch 1 and Ch 2 signals simultaneously 
Alternate or chopped mode is automatically selected by the 
SEC/DIV control setting, chopped mode is selected for settings 
>1 ms/div. alternate for settings <500 *is/div Trigger is de- 
rived from Ch 1 signal only 

Deflection Factor 

Range — 2 mV/div to 10 V/div in 12 steps in a 1-2-5 sequence 



Accuracy — 

+ 20°C to +30°C 


Within 3% 


0°C to + 45°C 


Within 4% 



Uncalibrated (VAR) Range — Continuously variable between 
settings Extends deflection factor to at least 25 V/div 

Frequency Response — Dc to at least 10 MHz (measured at 
- 3 dB). 

Rise Time — 35 ns or less 

Chopped Mode Repetition Rate — = 250 kHz. 

Input Resistance — *1 Mi). 

Input Capacitance — =30 pF 
Max Input Voltage — 

Dc Coupled — 400 V (dc + peak ac) 800 V p-p ac at 1 kHz or 
less 

Ac Coupled — 400 V (dc -e peak ac) 800 V p-p ac at 1 kHz or 
less 

Delay Line — Permits viewing edge of displayed waveform 



HORIZONTAL SYSTEM 

Calibrated Range — 0.5 s/div to 0.5 ^s/div in 19 steps in a 1- 
2-5 sequence. Vanable XI to XI 0 magnifier extends max 
sweep rate to 50 ns/div. 

Accuracy — 





Unmagnified 


Magnified 


+ 20°C to +30°C 


Within 3% 


Within 5% 


0°C to + 45°C 


Within 4% 


Within 6% 



TRIGGERING 
Trigger Mode 

Auto — Permits normal triggering on waveforms with repeti- 
tion rate of at least 20 Hz Sweep free-runs' in the absence of 
adequate trigger signal, or one with a repetition rate below 20 



Norm — Permits normal triggering Sweep does not run in the 
absence of an adequate trigger signal 

Single Sweep — Displays one sweep only Sweep cannot be 
triggered again until reset 

Slope + Out - In — Sweep is triggered on the positive/nega- 
tive-going slope of the triggering waveform 

Level — Variable control selects the amplitude point on the 
trigger signal when sweep triggering occurs. 

Trigger Sensitivity 

Auto and Norm — 0.5 div internal or 100 mV external from 2 
Hz to 5 MHz. increasing to 15 div internal or 150 mV external 
at 10 MHz 



External Trigger Input 

Max Input — 400 V (dc + peak ac) 800 V p-p ac at 1 kHz or 
less. 

Input Resistance — % 1 Mi). 

Input Capacitance — =30 pF 

X-Y OPERATION 

Sensitivity, Variable Magnifier — =100 mV/div (X10 mag). 
= 1 V/div (XI mag), for X; Y is adjusted by vertical control. 

X-Axis Bandwidth — Dc to at least 1 MHz (measured at -3 
dB). 

Input Resistance — =1 Mi). 

Input Capacitance — =30 pF. 

Phase Difference Between X and Y Axis Amplifiers — With- 
in 5* from dc to 50 kHz. 

CRT STORAGE DISPLAY 
Writing Rate — At least 25 cm/ms. 

Enhanced Writing Rate — At least 250 cm/ms. 

Display Area — 8 x 10 cm. internal graticule. 

Storage Phosphor — PI. 

Beam Finder — Locates off-screen display 
Nominal Accelerating Potential — =2.76 kV. 



POWER SOURCE (AC) 

Line Voltage Ranges — HI-LO range accessible externally. 
110-120 V, 220-240 V line selector visible but not accessible 
externally 

100-120 V Range — HI: 108 to 132 V RMS LO: 90 to 110 V 
RMS 

220-240 V Range — HI 216 to 250 V RMS LO: 198 to 242 V 
RMS 

Line Frequency — 50 to 60 Hz. 

Power Consumption — Watts (max) 65, amps (max) 0.6, at 
120 V. 60 Hz. 

PROBE ADJUST 
Output Voltage — =0.5 V. 

Repetition Rate — =1 kHz. 

Z-AXIS INPUT 

Sensitivity — 5 V causes noticeable modulation 
Usable Frequency Range — Dc to 5 MHz. 

Input Impedance — =10 ktt. 

ENVIRONMENTAL CAPABILITIES 
Temperature 

Nonoperating 55°C to +75*C. 

Operating — 0°C to +45°C. 

Altitude 

Nonoperating — To 15,200 meters. 50,000 ft. 

Operating — To 4,500 meters; 15.000 ft max. Operating tem- 
perature decreased l°C/304.8 meters (1.000 ft) above 1524 
meters (5.000 ft) 



PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


In 


Height 


25.4 


10.0 


Width 


18.0 


7.09 


Depth 


47.5 


18.7 


Weight (approx) 


kg 


lb 


Net (with panel cover) 


8.2 


18.0 


Net (w/o panel cover) 


7.9 


17.5 



INCLUDED ACCESSORIES 

Probes — 2 each P6006 general purpose 10X voltage probes 
Provides full bandwidth capabilities for the T912. 



ORDERING INFORMATION 
T9 12 — Storage Oscilloscope 



(includes two 10X probes) $1890 

Option 01, Differential Input Add $90 

INTERNATIONAL POWER CORDS & PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OPTIONAL 



Front Panel Cover 

Snaps over the oscilloscope front panel to pro- 
tect controls during transport or storage. Molded 
from high-impact-resistant plastic. Storage com- 
partment for two probes and cables is built into 
inner side 

Order Protective front cover 
(016-0340-00) $20 

Dust Cover/Rain Jacket (not shown) 

Provides protection against dust accumulation 
when not in use, and against rain and snow dur- 
ing transportation. Constructed of 15 mil tough 
durable vinyl An opening at the top allows ac- 
cess to the oscilloscope handle 



Order Protective cover 

(016-0361-00) $20 

C-5C Camera (not shown) 

Order C-5C, Option 03 $500 
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TEK 



GENERAL PURPOSE 
INSTRUMENTS 



CONTENTS 



Designed for Configurability; for Programming 
Ease; for Productivity. 



Digital Multimeters 254 

Counter/Timers 258 

Power Supplies 265 

Digital Delay 267 

Digital Latch 267 

Word Recognizer 267 

Pulse Generators 268 

Function Generators 272 

Current Probes 277 

Amplifiers 278 

Calibration Generators 279 

Distortion Analyzer, Oscillator 284 

Plug-In Oscilloscopes 286 

Interface & Scanner 290 

Controllers 292 

Mainframes 295 

Accessories 298 



Test and Measurement set-up has 
never been this friendly, has never 
been this fast. With our new line of Tek 
programmables, you can continue to build 
on the concept of configurability. 

Now you can link together customized, 
automated test packages over the GPIB 
bus. Our IEEE-488 compatible TM 5000 
programmables are configurable, with the 
same plug-in, pull-out ease as our TM 500 
plug-ins And they're compatible, between 
themselves and with over 40 TM 500 manual 
instruments. 



You’ll find these fully programmable instru- 
ments are among the friendliest and fastest 
to integrate you can buy. 

Standardized instrument data formats open 
up the lines of bus communication, and 
makes your test and measurement system 
easy to set-up and operate. Or change its 
test and control functions quickly and easily. 
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With the LEARN mode, you input simple 
routines to the controller directly from the 
instrument via front panel settings. And you 
can change a routine when necessary with- 
out having to reprogram the whole system. 

Start with our two new mainframes, the TM 
5003 and TM 5006 

They hold up to three or six plug-ins, yet 
they’re very compact So your test package 
takes up less than half the space of ordinary 
rackmounted test equipment. 

Add our new instrument-optimized control- 
ler, the 4041. It has a detachable keyboard 
that you attach for program development 
and detach for program protection. Built 
around a 16-bit microprocessor with 160k 
byte memory capacity, this sophisticated 
controller offers two GPIB and two RS-232 
ports (with Option 01), so you can optimize 
system set-up. And three data transfer 
speeds: normal, fast transfer and DMA. So 
you can optimize program run-time. 



Choose your programmable test gear from 
our fully programmable Function Generator 
(the FG 5010), Universal CounterATimers 
(DC 5010 and DC 5009), Digital Multimeter 
(DM 5010), and Power Supply (PS 5010) and 
incorporate TM 500 Plug-ins for special 
functions. 

The vital link between your specific device 
under test and the programmable system, is 
the multifunction interface, Ml 5010. The 
multifunction interface acts as the "systems 
glue" for your application. The multifunction 
interface is a cardbased instrument. To cus- 
tomize its' capabilities you choose from 
three available function cards: Digital I/O 
card, Relay Scanner card and to customize 
your own card, a Development card. For ad- 
ditional card capacity an extender is 
available. 

Simplify system routing and switching with a 
Scanner Interface The SI 5010, lets you pre- 
set a 16-channel, software configurable RF 
switching matrix to make test connections 
on command. 



Manual instruments that perform 
in hundreds of combinations. 

Configurability is the watchword for TM 500 
Instruments and Mainframes. You can cre- 
ate multifunction packages that encompass 
a wide diversity of applications. Or solve 
one unique application problem. 

You choose from over forty ready-to-go, 
compact plug-ins for a range of test and 
measurement needs. TM 500 Instruments in- 
clude digital counters, pulse generators, 
function generators, amplifiers, signal pro- 
cessors, audio oscillators, a distortion ana- 
lyzer, ramp generators, calibration instru- 
ments, power supplies, oscilloscopes, 
digital delay, word recognizer, and a digital 
latch. Plus a blank plug-in kit for customizing 
special functions. 

You put your instruments together in the 
mainframe that best suits your environment. 
There’s a travel mainframe for service work 
and field testing. A rackmount model for 
production and test. 

Or standard mainframes, compact and con- 
venient for bench or desk, that accept one 
or up to six instruments. Rollabout carts are 
available for lab configurations with Tek 
oscilloscopes 

All TM 500 Instruments and Mainframes are 
electrically and mechanically compatible. So 
through interfacing you can configure an in- 
strument more powerful than the sum of its 
parts: An audio lab with distortion analyzer 
and storage scope, for example. 

Cost efficiency is as important a part of the 
TM 500 concept as solving applications 
problems is. You add on performance capa- 
bilities when you need them. And when you 
do add them, you can still use the same 
mainframe and power supply you started 
with. 



TCL/ SYSTEM 
I LI\ INSTRUMENTS 



PROGRAMMING EASE . . . 

Another Order of Magnitude in 
Measurement Convenience 



TM 5000 Programming... 

A Commitment to Compatibility 

The new TEKTRONIX TM 5000 Series of instru- 
ments is, in many respects, the same as its 
predecessor, the TM 500 Series. There's the 
same range of instruments — digital multimeter, 
universal counter/timers, triple power supply, 
function generator, and others. And there's the 
same commitment to excellence in each 
instrument. 

It's the additions and enhancements that make 
TM 5000 something new. First, each TM 5000 
Plug-in Instrument is programmable. Plus, there 
are new kinds of plug-ins — a Programmable R.F. 
Scanner and a Programmable Multifunction Inter- 
face — for further test automation. And every 
instrument is compatible with IEEE Standard 488- 
1978, the instrument interfacing standard specify- 
ing what is often called the General Purpose 
Interface Bus or GPIB 

TM 5000 Speaks Your Language 

With TM 5000, compatibility is the key. And it's 
more than just IEEE-488 compatibility. It’s total 
system compatibility, from configuring to pro- 
gramming. This higher level of compatibility is 
achieved through conformance to the additional 
standard of TEK Codes and Formats , the same 
standard governing other Tektronix IEEE-488- 
compatible products, including a variety of instru- 
ment controllers, waveform digitizers, and special 
signal analyzers. TM 5000 and Tek Codes and 
Formats extend compatibility through 

• An ASCII-coded language for easy, English-like 
programming. 

• Command names that are descriptive abbrevia 
tions of instrument functions for simple and 
direct instrument control. 

• Universal message and data formats for instru- 
ment-to-instrument consistency. 

In short, TM 5000 Instruments speak a system 
language that is the same as your language. 



Need to set your power supply to five volts? 

It's easy with the TM 5000 Series Programmable 
Power Supply. Just send the message VPOS 5 
over the IEEE-488 bus to the power supply, and it 
will change its positive output to five volts. 

Want to set the negative supply to —9 volts? Just 
send VNEG 9, or even VNEG -9. All the TM 5000 
Instrument commands are simple, English abbre- 
viations for the instrument functions, with direct 
matches to the front-panel control labels where 
appropriate. So, if you know how to operate the 
instrument, you essentially know what commands 
to send it. 

What could be simpler than DCV 2 to change 
your TM 5000 Programmable Multimeter to the 
200 millivolt range for dc voltage measurements? 
Or ACV 2 to switch it to the 2 volt range for ac 
measurements? But then, you may not always be 
sure of the range you need. So just send DCV or 
ACV without specifying the range, and the 
multimeter will auto-range to give you the best 
measurement. You don’t have to learn a new lan- 
guage to speak to an instrument or understand 
instrument control messages — they're self 
documenting. 

Getting Your Message Across 

It doesn’t take long to become familiar with the 
command set for any TM 5000 Instrument. And, 
once you have that familiarity, you’ll want to begin 
actually programming for automated measure- 
ments. First, though, you’ll need to know some- 
thing about IEEE-488 bus communication. 

IEEE Standard 488 specifies overall bus function- 
ing, leaving many implementation options to de- 
signer discretion. One option is how controllers 
and instruments signal message endings to each 
other. Some controllers end messages by assert- 
ing End Or Identify (EOI) concurrent with sending 
the last character of a message, others by adding 
a line feed (LF) character and asserting EOI con- 
current with that. For compatibility, your instru- 
ments and controller must use the same mes- 
sage termination mode 



Whatever your choice of IEEE-488 instrument 
controller, TM 5000 Instruments are designed for 
compatibility. A switch on each TM 5000 Instru- 
ment lets you match it to your controller by 
selecting the EOI only or EOI/LF message termi- 
nation mode. But, if you've chosen a Tektronix 
controller, you won’t have to bother with this 
switch. All Tektronix-supplied instrument control- 
lers use EOI only, and all TM 5000 Instruments are 
shipped set for EOI only. 

Along with the message terminator switch, you’ll 
also find that each TM 5000 Instrument has a 
bank of at least five additional switches. These 
are used to set the instrument’s primary bus 
address 

For an IEEE-488 system to work, each instrument 
on the bus must have a different address. Valid 
addresses range from 0 to 30, with 0 reserved in 
some cases for the controller. Before connecting 
your TM 5000 Instrument to the IEEE-488 bus, 
make sure each instrument is set to a different 
address. For powered-up instruments, address 
checks can be done with the INST ID button. 
Pressing INST ID causes the address to appear 
on the instrument’s display Also, a decimal point 
will be displayed after the address if the message 
terminating mode is set for EOI/LF; absence of a 
decimal indicates EOI only. 

The primary address serves two major functions. 
First, it links the controller to a specific instrument. 
Second, the primary address, when increased by 
a specific amount, determines whether the instru- 
ment is to "listen" for a message or to send data 
by "talking". 

An instrument’s listen address is its primary ad- 
dress plus 32, and its talk address is its primary 
address plus 64. So an instrument with a primary 
address of 20 will have a listen address of 
20 + 32 = 52, a talk address of 20 + 64 = 84 

In most cases, you won't have to worry about 
listen and talk addresses. For example, when 
using a TEKTRONIX 4050-Series Controller with 
4050 BASIC Software, just primary addresses are 
used. 4050 BASIC automatically converts primary 
addresses to talk and listen addresses For exam- 
ple, here’s a 4050 BASIC statement for sending 
VPOS 5 to a PS 5010 Programmable Power Sup- 
ply with a primary address of 22 — 

PRINT @22:"VPOS 5" 

PRINT is the 4050 BASIC statement for sending a 
message to an instrument. The instrument’s pri- 
mary address, 22 is this case, is always preceded 
in the statement by an "at" sign (@) and followed 
by a colon. The instrument message, VPOS 5, 
follows the colon and is always enclosed in 
quotes. Since the instrument will be receiving the 
message, PRINT causes the primary address to 
be automatically incremented to a listen address. 

Keep in mind, though, PRINT @22:"VPOS 5" is a 
statement format specific to 4050 BASIC. Other 
instrument controllers and software packages 
may use different statement formats, however 
the device dependent message is always the 
same. 

In addition to being easy to program, TM 5000 
Instruments are friendly and informative in re- 
spect to sending SRQ inturrupts. 




TM 5000: IEEE-488 compatibility in an attractive high density package for minimum use of bench top or system rack space 



252 



TEK 



ATT 1 TER HI 

ATT 5 TER LO 

An? TER 7 



\ 



SLONEG COUAC FIL ON NULL ON 
SLO POS COU DC FIL OFF NULL OFF 
SLO? COU? FIL? NULL? 

\ I I / 



RES 

/ 



DC 5010 PROGRAMMABLE 


UNIVERSAL 


COUNTERTIMER 




VOITJ Ml 


Mi 


I.H 

Ml 


OS 

Hi 


AIM0T1 
AMAHS 
• (ATI 
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*»IC 


■SIC 


IIC 





/ 



START 

STOP 



/ 



ID? 

USER ON 
USER OFF 
USER 



PROGRAMMED FOR 
USER GENERATED SRQ 



CHA A.LEV (NUM) 
CHA A. LEV 7 
'CHA B.LEV (NUM) 
CHA B.LEV? 




/ 7 T 

TER HI ATT 1 SLO NEG 
TER LO ATT 5 SLO POS 

TER? ATT? SLO? COU? T0T A T0T A + 8 T0T A “ 8 

TM 5000 means friendly "front-panel" commands for easy instrument programming.. 



We Interrupt this Message for a Brief 
Program 

With the basic message format in mind, you are 
ready to begin sending messages to your instru- 
ments. However, you should be aware that your 
instruments can occasionally interrupt what you 
are doing by asserting what is called an SRQ 
(Service Request). 

The INST ID button can also be found on each TM 
5000 plug-in programmed (USER ON) to generate 
an SRQ when it is pressed This manually gener- 
ated SRQ is a convenient way for you to interrupt 
and interact with measurement programs while 
they are running. 

Queries Keep You Posted 

A TM 5000 error code scheme allows individual 
instruments to expand on the universal IEEE-488 
system status codes. This expansion is the result 
of an extensive message decoding system that 
checks for syntax errors, illegal combinations, etc. 
before messages can affect instrument oper- 
ation. Illegal setups are prevented, and specific, 
rather than generalized, error codes are available 
for each instrument. These error codes can be 
read over the IEEE-488 bus by sending the 
instrument an error query message (ERR?). 

You’ll also want to be able to get specific informa- 
tion about instrument settings, measurement 
modes, etc This type of information can be 
obtained with various instrument query 
messages 

All TM 5000 queries take the form of a keyword 
followed by a question mark You send the query 
to the instrument as a message, and the instru- 
ment answers the query by returning a message 



over the bus. For example, here’s a query se- 
quence in 4050 BASIC to obtain the positive 
voltage setting of a TM 5000 Programmable 
Power Supply 

PRINT @22:'VPOS?" 

INPUT @22: VS 

The first statement in this example questions the 
instrument: "What is your positive voltage set- 
ting?" The instrument answers by getting the 
setting and putting it onto the bus as a message, 
VPOS 5 for example. The INPUT statement is the 
means of receiving the message and storing it in 
string variable VS. When a string variable (alpha 
character followed by $) is used with the INPUT 
statement, the entire message is stored in the 
variable. 

Perhaps you are interested in all the control 
settings of an instrument. SET?, a universal query 
for all TM 5000 Instruments, causes the queried 
instrument to send a message that lists all of its 
current settings. This entire settings message can 
then be stored in a string variable. (Since the 
settings message can be several hundred char- 
acters long, it may be necessary with some 
software packages to extend or dimension the 
string variable to a length capable of holding the 
message.) 

The SET? feature allows you to acquire and store 
a number of instrument configurations in different 
string variables. Then, just by sending the appro- 
priate string variable to an instrument, the instru- 
ment can be reset at any time to any of the 
stored configurations 

In essence, SET? is a "learn mode" of operation It 
allows your software to "memorize" instrument 
setups for later use 



If you d like to experiment with this, set your 
instrument to a familiar measurement configura- 
tion. Using 4050 BASIC, enter the following state- 
ments (20 is assumed here to be the address of a 
DC 5010 Programmable Counter and S$ is set to 
a 300-character length to be sure to accommo- 
date all of the instrument s settings) 

DIM S$(300) 

PRINT @20: "SET?" 

INPUT @20:S$ 

Now change several of the settings Then enter 
the following statement 

PRINT @20:S$ 

The instrument will switch its settings back to 
those stored in S$. 

Would you like to see what is in S$? Just enter 
PRINT S$ The entire settings message will be 
printed out on the terminal screen for your 
inspection. 

Each TM 5000 Instrument responds to a variety of 
queries, each query consisting of a keyword 
specific to the information desired. Would you like 
to know what measurement function your DM 
5010 Programmable Digital Multimeter is set up 
for? Just send it "FUNC?" and the DM 5010 will 
prepare to send back DCV, OHMS, DIODE, AC V, 
or ACDCV and the measurement range the func- 
tion is set for. Send the same query to your FG 
5010 Programmable 20 MHz Function Generator, 
and it’ll prepay to send back FUNC SINE, FUNC 
SQUARE, OR FUNC TRIANGLE, depending on 
the waveform it is generating. Just another exam- 
ple of how TM 5000 Instruments work with you in 
plain English 
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Programmable Digital Multimeter 



The addition of the new DM 5010 to the Tektronix 
line of Digital Multimeters brings full 
programmability, IEEE-488 compatibility, and TM 

500 modularity/versatility together for the first 
time Excellent performance, local math capabili- 
ty, and the programming ease of a high level 
language make the DM 5010 an attractive link in 
any IEEE-488 system requiring a digital 
multimeter 

TM 500 Digital Multimeters offer a compact solu- 
tion to your measurement needs without compro- 
mising wide performance range The DM 502A 
and the DM 501 A offer accuracy and flexibility in 
laboratory, bench, field service and maintenance 
applications 

The DM 501 A gives 4 1/2 digits of readout 
resolution And seven distinct measurement func- 
tions, with 0 05% dc volts accuracy and true RMS 
capability The DM 502A adds testing conve- 
nience through autoranging Seven full functions 
are displayed on 3 1/2 digits 

With full-scale precision measuring capabilities, 
backed by Tektronix design and engineering 
expertise, the DM 5010, DM 502A and the DM 

501 A, are designed for almost any test and 
measurement application. 



CE H 

DM 5010 



ropiBi 

The DM 5010 is designed to comply with IEEE 
Standard 488-1978 and with Tektronix Codes and 
Formats Standard 



Fully Programmable 

4.5 Digit, .015% Accuracy 

Autoranging 

Math Functions (dB, average, offset, scale, 
HI/LO/PASS test) 

True RMS 



Diode Test 



The fully programmable DM 5010 measures dc 
voltage, resistance, true RMS ac voltage, and 
true RMS (ac+dc) voltage. The OHMS Function 
allows in-circuit resistance measurements without 
turning on diode and transistor junctions A DI- 
ODE TEST Function is provided for testing diode 
and transistor junctions. All controls and features 
of the DM 5010 are fully addressable via the 
GPIB The English-like programming commands 
make GPIB control exceptionally straightforward 
The front panel controls may be used in conjunc- 
tion with the GPIB or may be "locked out’ entirely. 
Measurements and calculations are triggered via 
internal circuitry, a front panel pushbutton, a rear 
interface connector, or a GPIB command Mea- 
surement rates of 3 readings/second at 4.5 digit 
resolution and 26 readings/second at 3.5 digit 
resolution are available. Powering up the DM 5010 
automatically initiates the instruments' s self -test 
cycle. The autoranging feature eliminates the 
need for operator-selected ranges. The math 
functions resident in the DM 5010 allow: averag- 
ing of up to 19,999 readings; calculation of dB 
referenced either to 1 mW and 600 ft or to an 
operator-supplied constant; offsetting of mea- 
surements by an operator-supplied constant; 
scaling of measurements by an operator-supplied 
constant; comparing measurements to operator- 
supplied upper and lower limits (DM 5010 re- 
sponds with HI/PASS/LO); or any combination of 
these. It should be noted that through the use of 
an external shunt resistor and a scaling factor 
equal to the shunt resistor, current values may be 
displayed directly on the DM 5010 display. A 
single button NULL function provides rapid 
nulling in any mode A special LOW FREQUENCY 
RESPONSE function provides stable readouts at 
low frequency ac voltages. 

DM 5010 CHARACTERISTICS 

DC VOLTS 

Ranges — 200 mV. 2 V. 20 V. 200 V. 1000 V. 



Accuracy — 6 
18*C to 28 *C 


months or 1000 hours 

Normal 

Conversion Rate 


Fast 

Conversion Rate 


200 mV range 


±(0.015% of reading 
+ 0.01% of full scale) 


± (0.05% of reading 
+ 0.05% of full scale) 


2 V through 
200V ranges 


±(0.015% of reading 
+ 0 005% of full scale) 


± (0.05% of reading 
+ 0 05% of full scale) 


1000 V range 


± (0.020% of reading 
+ 0.010% of full scale) 


± (0.05% of reading 
+ 0.1% of full scale) 


0*C to 18*C, 28*C to 50*C 


200 mV range 


± (0.06% of reading 
+ 0 035% of full scale) 


±(0.1% of reading 
+ 0 1% of full scale) 


2 V through 
200 V range 


± (0.06% of reading 
+ 0 03% of full scale) 


±(0.1% of reading 
+ 0.1% of full scale) 


1 000 V range 


± (0.065% of reading 
+ 0 035% of full scale) 


±(0.1% of reading 
+ 0.15% of full scale) 



Common Mode Rejection Ratio — 

Unguarded: * 130 dB at dc s*80 dB at 50 to 60 Hz. 
Guarded: *140 dB at dc. >100 dB at 50 to 60 Hz. 

Normal Mode Rejection Ratio — 

Normal Conversion Rate — >40 dB at 50 or 60 Hz ±0.2 Hz 
Fast Conversion Rate — >40 dB at 50 or 60 Hz ±0.2 Hz. 
Maximum Resolution — 10 ^V 
Step Response Time (To Rated Accuracy) — 

RUN Mode: Normal Conversion rate — <0.53 s. 

Fast Conversion Rate — <0 08 s 

Triggered Mode: Normal Conversion Rate — <0.33 s. 

Fast Conversion Rate — <0.06 s. 

Input Resistance — 

200 mV — 20 V Range — >10« it. 

200 V — 1000 V Range — 10 Mil ±0.25%. 

Maximum Input Voltage — 1000 V peak 



DIGITAL MULTIMETER SELECTION CHART 
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DM 501 A 


AVz 


7 


200 mV 
to 

1000 V 


±0.05% 


10 mV 


200 mV 
to 

500 V 


±0.6% 


10 mV 


200 mA 
to 
2 A 


+ 54 dB 
to 

-60 dB 


200 U 
to 

20 MU 


— 62°C 
to 

+ 240°C 


X 




NO 


DM 502 A 


3 Vz 


7 


200 mV 
to 

1000 V 


±0.1% 


100 mV 


200 mV 
to 

500 V 


±0.6% 


100 mV 


200 mA 
to 
2 A 


+ 50 dB 
to 

— 60 dB 


200 U 
to 

20 MU 


— 55°C 
to 

+ 200°C 


X 


X 


NO 


DM 5010 


AVz 


8 


200 mV 
to 

1000 V 


±0.015% 


10 mV 


200 mV 
to 

700 V 


±0.2% 


10 mV 


Calculated 


200 U 
to 

20 MU 




X 


X 


YES 
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TRUE RMS AC VOLTS (AC and AC + DC) 
Ranges — 200 mV. 2 V. 20 V, 200 V. 700 V 
Accuracy (Normal and Fast Conversion Rate) — 

6 months or 1000 hours 



18 a C to 28*C 


20 Hz to 
100 Hz 


100Hz to 
20 kHz 


20 kHz to 
100 kHz 


200 mV 


± (0.8% of 


±(0.2% of 


±(1.0% of 


through 


rdg. + .2% 


rdg. + .2% 


rdg. + 0.5%. 


200 V ranges 


of full scale) 


of full scale) 


of fun scale) 


700 V range 
(15 kHz Max) 


±(0.8% 
of rdg 
+0 6% 
of full scale) 


±( + .2% 

of rdg 
+ 0.6% 
of full scale) 





0*C to 18*C, 28*C to 50*C 



200 mV 
through 
200 V ranges 


± (1 25% of 
rdg. + 0 35% 
of full scale) 


±(0.65% of 
rdg + 0.3% 
of full scale) 


±(1.45% of 
rdg. + 0.65% 
of full scale) 


700 V range 


±(1.24% 


±(0.65% 


_ 


(15 kHz Max) 


of rdg. 


of rdg 






+ 0.95% of 


+ 0 95% of 






full scale) 


full scale) 





Common Mode Refection Ratio — 

Unguarded: ’130 dB at dc. '80 dB at 50 to 60 Hz. 
Guarded: - 140 dB at dc. >100 dB at 50 to 60 Hz. 
Maximum Resolution — 10 *iV. 

Response Time — <12 s except for LOW FREQUENCY 
RESPONSE mode 

Input Impedance — 2 Mil ±0.1% paralleled by <150 pF. 
Maxmum Input Voltage — 1000 V peak ac. 500 V dc. 

Crest Factor — 4 (except for 700 V range) 



AC + DC VOLTS ONLY 





(Normal and Fast Conversion 


+ 18*C to 28 *C 


Rate. 10 to 20 Hz) 


200 mV through 


± (0 8% of rdg +0.3% of 


200 V Range 


full scale) 


700 V Range 


± (0.8% of rdg + 0.9% of 




full scale) 



0*C to 18*C, 18*C to 50*C 



200 mV through 


±(1.25% of rdg + .45% of 


200 V Range 


full scale) 


700 V Range 


±(1.25% of rdg + 1.25% of 
full scale) 



RESISTANCE 

Ranges — 200 1). 2 kit. 20 kll. 200 kit. 2 Mlt, 20 Mil 
Accuracy — 6 months or 1000 hours 



18*C to 28*C 


Normal 

Conversion Rate 


Fast 

Conversion Rate 


200 It to 
200 kit ranges 


±(0 015% of reading f 
0 01% of full scale) 


± (0.05% of reading + 
0.05% of full scale) 


2 Mlt range 


± (0.10% of reading + 
0.01% of full scale)- 


±(0.10% of readings 
0.05% of full scale) 


20 Mlt range 


± (0. 1 5% of reading + 
0 005% of full scale) 


± (1 .0% of reading + 
0.05% of full scale) 


0'C to 18*C, 


28'C to 50*C 




200 it to 
200 kit ranges 


± (0.06% of reading + 
0 035% of full scale) 


±(0.1% of reading + 
0.1% of full scale) 


2 Mil range 


± (0.54% of reading + 
0.035 of full scale) 


± (0.55% of reading + 
0.1% of full scale) 


20 Mlt range 


± (0.75% of reading + 
0.01% of full scale) 


±(1.6% of reading + 
0.05% of full scale) 



Maximum Resolution — 10 mlt. 

Step Response Time (To Rated Accuracy) — 

RUN Mode: Normal Conversion Rate — <124 s 
Fast Conversion Rate — « 0 33 s 
TRIGGERED Mode: Normal Conversion Rate — <0.73 s 
Fast Conversion Rate — <0.19 s. 

Maximum Input Volts — 400 V peak 

Maximum Open Circuit Voltage Developed — <5 volts 

DIODE TEST 

Operation — A 1 mA current is generated and the resultant 
voltage is measured on the 2 V dc range This produces a 
voltage sufficient to turn on diode and transistor junctions 

OTHER CHARACTERISTICS 

Overrange Indication — For OHMS and OIODE TEST. ’OC* 
is displayed, for ACV. DCV. ACV + DCV. the display blinks 

Measurement Rate — 

ACV. DCV. ACV + DCV. Diode Test 

3 per second at 4 5 digits 
26 per second at 3.5 digits 

Ohms 

1 6 per second at 4.5 digits 
7.1 per second at 3.5 digits 

Power Consumption — =^20 VA 

GPIB Commands — Addressable by 30 English-like GPIB 
commands 

INCLUDED ACCESSORIES 

1 set Test Leads. 

ORDER DM 5010 $1995 



DM 502A 




Digital Multimeter 

DM 502A 

True RMS 
Autoranging 

Seven Functions including 
Temperature and dB 

0.1 % Dc Volts Accuracy 

3 1/2 Digits 



The DM 502A Digital Multimeter measures seven 
different functions with pushbutton convenience. 
Autoranging, in all modes except current, elimi- 
nates any need for operator selected ranges The 
DM 502A measures dc and ac voltage, dc and ac 
current, dB, resistance and temperature True 
RMS provides more accuracy in ac measure- 
ments on distorted, noisy, random or other non- 
sinusoidal ac waveforms. The resistance mode 
features HI-LO voltage (2 V-0.2 V). The low volt- 
age is user-selectable for making in-circuit ohms 
measurements without turning on diode and tran- 
sistor junctions The high voltage is available for 
testing junctions for forward and reverse resis- 
tance The LED indicators provide a bright, 
readable 3 1/2 digit display. 

DC VOLTS 

Range# — 200 mV. 2 V. 20 V. 200 V. and 1000 V Automate 
or manual ranging 

Accuracy — 6 months or 1000 hours 

18*C to 28*C: 



200 mV to 
200 V Ranges 


±(0.1% of reading 
-FO.05% of full scale (1 count)) 


1000 V Range 


±[0.1% of reading 
+0.1% of full scale (1 count)) 


0°C to 18°C and 28°C to 50°C: 


200 mV to 
200 V Ranges 


± [0.2% of reading 
+ 0.1% of full scale (2 counts)] 


1000 V Range 


±(0.2% of reading 
+ 0.2% of full scale (2 counts)) 


Common-Mode Rejection Ratio — >100 dB at dc >80 dB 
at 50 Hz to 60 Hz with 1 kll imbalance 



Normal-Mode Rejection Ratio — >50 dB at 50 Hz or 60 Hz 
±0.2 Hz 

Maximum Resolution — 100 mV. 

Step Response Time — Is within a range. + 1 .5 s for each 
range change in autoranging mode 

Input Resistance — 10 Mlt 
Maximum Input Voltage — 1000 V peak. 



TRUE RMS AC VOLTS 

Ranges — 200 mV. 2 V. 20 V. 200 V. and 500 V. Automatic or 
manual ranging (ac coupled) 

Accuracy — 6 months or 1000 hours. 

18*C to 28*C: 



20 Hz 40 Hz 20 kHz 



200 mV to 
200 V 
Ranges 


±[1.5% of reading 
+ 0.3% of full 
scale (6 counts)] 


±[0.6% of reading 
+ 0.3% of full 
scale (6 counts)] 


500 V 
Range 


±[1.5% of reading 
+ 1.2% of full 
scale (6 counts)] 


±[0.6% of reading 
+ 1.2% of full 
scale (6 counts)] 



0°C to 18°C and 28°C to 50°C: 



20 Hz 40 Hz 20 kHz 



200 mV to 
200 V 
Ranges 


± [1.8% of reading 
+ 0.35% of full 
scale (7 counts)] 


±(0.8% of reading 
+ 0.35% of full 
scale (7 counts)] 


500 V 
Range 


±[1.8% of reading 
+ 1.4% of full 
scale (7 counts)] 


±[0.8% of reading 
+ 1.4% of full 
scale (7 counts)] 



Typically usable to 100 kHz. 

Common-Mode Rejection Ratio — > 60 dB at 50 Hz to 60 Hz 

with 1 kit imbalance 

Maximum Resolution — 100 mV. 

Response Time — Is within a range. + 1 .5 s for each range 
change in autoranging mode. 

Input Impedance — 10 Mlt paralleled by <100 pF. 

Maximum Input Voltage — 500 V ac RMS. 600 V dc. not to 
exceed 1000 V peak. 

Crest Factor — 4 at full scale all ranges ( <2 on 500 V range) 

dB (TRUE RMS) 

Zero dB Reference — 1 mW in 600 it (0.775 V) (dBm) Internal 
jumper change for zero dB reference of 1 .000 V (dBV). 
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DIGITAL 

MULTIMETERS 



Ranges Automatic or manual ranging 




Accuracy — 

20 Hz 2 kHz 10 kHz 20 kHz 



+ 50 dB to -50 dB 


±0.5 dB 


-50 dB to -60 dB 


±0.5 dB 


±1.5 dB 


I Typically 
1 ±2.5 dB 



•From 0°C to 18°C and 28°C to 50°C. add 0 6 dB to above 
accuracy specifications. For example, at 0°C the accuracy in 
the + 50 dB to 50 dB range from 20 Hz to 20 kHz would be 
±11 dB 

Noise Level — Typically -75 dB. 

Maximum Resolution — 0.1 dB 

Response Time — <1 s within a range. <1.5 s for each 
range change in autoranging mode 
Input Impedance — 10 MU paralleled by <100 pF 
Maximum Input Voltage — 500 V RMS. not to exceed 1000 V 
peak 

Crest Factor — 4 at full scale (<2 above 40 dB) 

RESISTANCE 

Ranges — 200 if. 2 kit. 20 kit, 200 kit. 2000 kit, and 20 Mil. 
Automatic or manual ranging. 



Accuracy — 6 months or 1000 hours 18*C to 28 *C: 



200 Q to 2000 kfl 
Ranges 


±(0.5% of reading +0.05% of 
full scale (1 count) +0.2 0) 


20 MO Range 


±(1% of reading +0.05% of full 
scale (1 count)] 


0°C to 18°C and 28°C to 50°C: 


200 ft to 2000 kO 
Ranges 


±[0.8% of reading +0.1% of full 
scale (2 counts) +0.2 0] 


20 MO Range 


±[1.3% of reading +0.1% of full 
scale (2 counts)] 


Response Time — 


<1 s within a range. <1.5 s for each 



range change in autoranging mode. 

Maximum Input Volts — 130 V dc or ac RMS indefinitely. 230 
VdcoracRMSfor30 minutes maximum 
HI-LO Ohms Operation — A low voltage is user-selectable for 
making in-circuit ohms measurements without turning on sili- 
con diode and transistor junctions A high voltage is also avail- 
able for testing junctions for forward and reverse resistance. 
Maximum Resolution — 0.1 it. 

Maximum Open-Circuit Voltage Developed — =14 V 

DC AND TRUE RMS AC CURRENT 

Ranges — 200 *iA. 2 mA. 20 mA, 200 mA. and 2000 mA. 
Manual ranging only. 

Accuracy — 

Dc Current Only: 

18*C to 28 *C: ± [0.2% of reading ±0.05% of full scale (1 
count)] 

0*C to 18'C and 28 # C to 50*C: ± |0.3% of reading 4 0.1% 
of full scale (2 counts)|. 

Ac Current Only (from 40 Hz to 10 kHz) Usable to 20 kHz. 
18*C to 28 "C: ± |0.6% of reading ±0.3% of full scale (6 
counts)!. 

0*C to 18*C and 28°C to 50*C: ± (0.7% of reading +0.5% 
of full scale (10 counts)!. 



Input Resistance — 



Range 


Approx Resistance 


200 /tA 


1 kQ 


2 mA 


100 n 


20 mA 


10.2 0 


200 mA 


1.2 0 


2000 mA 


0.4 0 



Response Time — <1 s. 

Maximum Open Circuit Input Voltage (mA to LOW) — 250 V 
peak, fused with 2 A fast blow. 

Maximum Floating Voltage — 1000 V peak. 

Maximum Resolution — 0.1 nA. 

TEMPERATURE 

Range 55°C to +200°C. 

Resolution — 0.1 °C. 

Accuracy — + 18°C to +28°C ambient temperature* 

Temperature to be Measured 



— 55°C +150°C + 200°C 



P6601 Probe and DM 502A 
calibrated as a pair 


±2.5°C 


±3.5°C 


P6601 and instrument not 
calibrated as a pair 


±4.5°C 


±5.5°C 



‘For 0°C to + 18°C and 28°C to 50 °C ambient temperatures, 
add ♦ 1 5°C to accuracy specifications 

OTHER CHARACTERISTICS 

Overrange Indication — Blinking display (except 1000 V dc 
and 500 V ac). 

Measurement Rate — 3 per second. 

Power Consumption — 8 watts. 

Inputs — Maximum input voltage is 1000 V. The front panel 
voits/it, or LOW. or mA terminal can be floated 1000 V peak 
max above ground, the rear input 200 V peak. For the rear 
input, ac volts, ohms and maximum input specifications are 
derated 

INCLUDED ACCESSORIES 

One pair test leads 003-0120-00. One P6601 Temperature 
Probe 010-6601-01 



ORDERING INFORMATION 
DM 502A $550 

Option 02 (Deletes temperature probe 

and capability) Sub $125 





The P6601 Probe is a temperature measuring de- 
vice designed to operate with the DM 502A and 
DM 501 A Digital Multimeters. The temperature 
sensing element consists of a thin-film platinum 
resistor on the tip of the probe Measurements 
are made by touching the sensing element to the 
surface whose temperature is in question. The 
thermal signal is transmitted to the associated 
digital multimeter through a two-conductor cable 

The thermal time constant on the P6601 Probe is 
0 5 s ±0.2 s The P6601 is totally immersible ex- 
cept in liquids that are not compatible with Dow 
Corning 308 molding compound. BeO, silicone 
rubber, or epoxy adhesives. The sensor and tip 
are limited to a max of 240°C, and cable is limited 
to a max of 140°C. 

Order P6601 Temperature Probe 
010-6601-01 $180 



OPTIONAL ACCESSORIES 

The following accessories may be ordered as options for use 
with any of the three TM 500 Digital Multimeters 




012-0426-00 012-0425-00 

012-0426-01 



012-0426-01 

Test Lead. Black. 4 ft 012-0425-00 $10.25 

Teat Lead. Red. 4 ft 012-0426-00 $15.50 

Teat Lead. Black. 4 ft 012-0426-01 $15.50 

Teat Lead Set of 012-0425-00. 012-0426-00. and 

013-0107-03.012-0427-00 $29 

High Voltage Probe to 40 kV (complete information 

page 300) Order 010-0277-00 $115 

P6420 RF Probe. 2 m Cable included (complete 

information page 327) Order 010-6420-03 $120 

Female BNC to dual banana adapter 

Order 103-0090-00 $7 50 



ENVIRONMENTAL SPECIFICATIONS 

The following environmental specs are common to all three 
digital multimeters. 

Temperature — Operating in mainframe 0°C to 50 °C Nono- 
perating 55°C to + 75°C. MIL-T-28800B Class 5. 

Humidity — 95% to 100% for 5 days (derated above 25 °C). 
MIL-T-22800B, Class 5. 



Altitude — Operating in mainframe: to 15.000 ft (4.6 km). Non- 
operating To 50.000 ft (15 km). MIL-T-28800B. Class 3 
Vibration — In TM 515 Mainframe: 0.38 mm (0.015 in) dis- 
placement 1 to 55 Hz sinewave for 75 minutes MIL-T-28800B. 
Class 5 In TM 501. TM 503. TM 504. or TM 505 mainframe 
0 26 mm (0 010 in) displacement, 10-55 Hz sinewave 75 min- 
utes total 

Without mainframe: MIL-T-28800B. Class 3: 0 060 m 5-10 Hz. 
0 040 in 5-25 Hz. 0 020 in 25-55 Hz. 

Shock — Operating in TM 515 Mainframe: 30 g s. 1/2 sine. 1 1 
ms duration. 18 shocks. MIL-T-28800B. Class 5 Operating in 
TM 501. TM 503. TM 504. or TM 506 mainframe: 20 gs 1/2 
sine. 11 ms duration. 18 shocks. 

Without mainframe: MIL-T-28800B. Class 3; 30 g's, 1/2 sine. 
11 ms duration, 18 shocks. 

Bench Handling — Drop from Operating 45° or 4 in or equilib- 
num, whichever occurs first. MIL-T-28800B, Class 3. 
Electromagnetic Compatibility — Operating in mainframe 30 
Hz to 1 GHz: MIL-T-28800B. Class 3. 

Electrical Discharge — Operating in mainframe 20 kV max 
No MIL-T-28800B equivalent. Charge applied to each protrud- 
ing area of the front panel except input terminals. 
Transportation — Vibration: 25 mm (1 in) at 270 rpm for 1 
hour without mainframe. National Safe Transit Association 
Preshipment Test Package Drop 10 drops from 91 cm (3 ft) 
without mainframe. 



Tektronix offers maintenance training classes on the 
TM 500 Calibration Systems Package and a new multi- 
media training package on Digital Counter and Meter Con- 
cepts. For TM 5000 trainina and other training information, 
contact your local Sales Office or request a copy of the 
Tektronix Customer Training Catalog. 
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DM 501 A 




Digital Multimeter 

DM 501 A 

0.05% dc Voltage Accuracy 
Seven Functions 
dB 

4 1/2 Digits 
True RMS 



The DM 501 A Digital Multimeter measures dc and 
ac voltage, dc and ac current, resistance, dB and 
temperature The DM 501 A gives 4 1/2 digits of 
readout resolution All with 0.05% accuracy and 
true RMS capability. True RMS allows accurate 
measurement of distorted wave forms. DB is 
useful when making critical audio and communi- 
cation measurements. Fast accurate temperature 
measurements to 240°C come from the 
TEKTRONIX F > 6601 platinum film temperature 
sensing probe. The P6601 reaches 90% of final 
reading in 1.5 seconds. 

DC VOLTS 



Ranges — 200 mV. 2 V. 20 V. 200 V. and 1000 V. 
Accuracy — 18*C to 28 *C, 6 months or 1000 hours. 



200 mV Range 


±(0.05% of reading +0.015% of 
full scale (3 counts)] 


2 V to 200 V 
Ranges 


±[0.05% of reading +0.01% of 
full scale (2 counts)] 


1000 V Range 


±(0.05% of reading +0.02% of 
full scale (2 counts)] 



0«>C to 18°C and 28°C to 50°C: 



200 mV to 200 V 
Ranges 


±(0.1% of reading +0.025 of full 
scale (5 counts)] 


1000 V Range 


±[0.1% of reading ±0.05% of 
full scale (5 counts)] 



Common-Mode Rejection Ratio — >100 dB at dc. >80 dB 
at 50 Hz and 80 Hz with 1 k 11 imbalance. 

Normal-Mode Rejection Ratio — >60 dB at 50 Hz or 60 Hz 

i 0 2 Hz 

Maximum Resolution — 10 *iV. 

Step Response Time — >1 second. 

Input Resistance — 10 MW. 

Maximum Input Voltage — 1000 V peak 

TRUE RMS AC VOLTS 

Input signal must be between 5% and 100% of full scale. 



Ranges — 200 mV. 2 V. 20 V. 200 V. and 500 V (accoupted) 
Accuracy — 18*C to 28 *C, 6 months or 1000 hours 



20 Hz 40 Hz 10 kHz 20 kHz 



200 mV 
to 200 V 
Ranges 


±(1% of 
reading 
+ 0.05% of 
full scale 
(10 counts)] 


±(0.6% of 
reading 
+ 0.05% of 
full scale 
(10 counts)] 


±(1% of 
reading 
+ 0.05% of 
full scale 
(10 counts)] 


500 V 
Range 


±(1% of 
reading 
+ 0.2% of 
full scale 
(10 counts)] 


±(0.6% of 
reading 
+ 0.2% of 
full scale 
(10 counts)] 


±[1% of 
reading 
+ 0.2% of 
full scale 
(10 counts)] 



0°C to 18°C and 28°C to 50°C: 

20 Hz 40 Hz 10 kHz 20 kHz 



200 mV 
to 200 V 
Ranges 


±(1.3% of 
reading 
+ 0.075% of 
full scale 
(15 counts)] 


±(0.8% of 
reading 
+ 0.075% of 
full scale 
(15 counts)] 


±(1.3% of 
reading 
+ 0.075% of 
full scale 
(15 counts)] 


500 V 
Range 


±(1.3% of 
reading 
+ 0.3% of 
full scale 
(15 counts)] 


± (0.8% of 
reading 
+ 0.3% of 
full scale 
(15 counts)] 


+ [1.3% of 
reading 
+ 0.3% of 
full scale 
(15 counts)] 



Common-Mode Rejection Ratio — >60 dB at 50 Hz to 60 Hz 
with 1 kw imbalance 
Maximum Resolution — 10 >jV. 

Response Time — <2 seconds 

Input Impedance — 10 MW paralleled by 160 pF. 

Maximum Input Voltage — 500 V ac RMS. 600 V dc, not to 

exceed 1000 V peak 

Crest Factor — 4 at full scale 

dB (TRUE RMS) 

Zero dB Reference — 1 mW in 600 W (0.775 V) (dBm) Internal 
jumper change for zero dB reference of 1 .0000 V (dBV). 
Accuracy — 18*C to 28*C’ 



20 Hz 2 kHz 10 kHz 20 kHz 



+ 20 dB to -15 dB 


±0.5 dB 


-15 dB to -20 dB 


±0.5 dB 


±1.5 dB 


Typically 
I ±2.5 dB 



•From 0°C to 18°C and 28 # C to 50°C. add 0.6 dB to above 

accuracy specifications 

Maximum Resolution — 0.1 dB 

Response Time — <2 seconds 

Input Impedance — 10 MW paralleled by <160 pF 

Maximum Input Voltage — 500 V RMS. not to exceed 1000 V 

peak Equivalent to +54 dBV or +56.2 dBm. 

Crest Factor — 4 at full scale 




£2 indicates dynamic operating range 

EH indicates out of range with blinking display 

To obtain the correct dB reading, algebraically add the range 

selected to the display reading (’dynamic range’ should be 

± 20 dB from range reflected on front panel except + 54 dB). 

RESISTANCE 

Response Time — <2 sec in 200 W to 2000 kW ranges; <10 
sec in 20 MW range 

Maximum Input Volts — 250 V peak 
Maximum Resolution — 10 mil. 

HI-LO OHM Operation — A low voltage is user-selectable for 
making in-circuit ohms measurements without turning on sili- 
con diode and transistor junctions A high voltage is also avail- 
able for testing junctions for forward and reverse resistance 
Maximum Open-Circuit Voltage Developed — <6 V. 
Ranges — 200 W. 2 kW. 20 kW. 200 kW, 2000 kW. and 20 MW. 



Accuracy — 18*C to 28*C, 6 months or 1000 hours 



200 Q Range 


LOQ 


±(0.15% of reading 
+ 0.015% of full scale 
(3 counts)] 


2 kQ to 2000 
kQ Ranges 


HI Q 


±[0.15% of reading 
+ 0.015% of full scale 
(3 counts)] 


2 kQ to 200 kQ 
Ranges 


LO Q 


± [0.15% of reading 
+ 0.015% of full scale 
(3 counts)] 


2000 kQ Range 


LO Q 


±[0.3% of reading 
+ 0.015% of full scale 
(3 counts)] 


20 MQ Range 


HI Q only 


± [0.5% of reading 
+ 0.015% of full scale 
(3 counts)] 


0°C to 18°C and 


28°C to 50°C: 


200 Q Range 


LOQ 


± [0.3% of reading 
+ 0.025% of full scale 
(5 counts)] 


2 kQ to 2000 
kQ Ranges 


HI Q 


± [0.3% of reading 
+ 0.025% of full scale 
(5 counts)] 


2 kQ to 200 kQ 
Ranges 


LO Q 


± [0.3% of reading 
+ 0.025% of full scale 
(5 counts)] 


20 MQ Range 
LO Q 2000 kQ 
Range 


HI Q 


±[1.2% of reading 
+ 0.025% of full scale 
(5 counts)] 



DC AND TRUE RMS AC CURRENT 



Ranges — 200 nA. 2 mA, 20 mA. 200 mA, and 2000 mA 
Accuracy — 6 months or 1000 hours. 

Dc Current only: 

18*C to 28*C — ± |0.2% of reading = 0.015% of full scale (3 
counts) | . 

0*C to 18*C and 28 *C — ± |0.3% of reading = 0.025% of 
full scale (5 counts)]. 

Ac Current only: (from 20 Hz to 10 kHz): 

Input signal must be between 5% and 100% of full scale. 
18*C to 28 *C — ± 1 0.6% of reading +0.05% of full scale (10 
counts)|. 

0*C to 18*C and 28*C to 50*C — ±0.7% of reading 
+ 0.075% of full scale (15 counts)-). Usable to 20 kHa. 
Response Time — <1 sec dc current. <2 sec ac current. 



Input Impedance — 



Range 


Approx. Resistance 


200 iiA 


+0 kQ 


2 mA 


100 Q 


20 mA 


TOTjj 


200 mA 


1.2 Q 


2000 mA 


o+15 



Maximum Open-Circuit Input Voltage (mA to LOW) — 250 V 
peak, fused with 2 A fast blow. 

Maximum Floating Voltage — 1000 V peak. 

Maximum Resolution — 10 nA 



TEMPERATURE 

Range — 62°C to +240°C. 

Resolution — 0.1 °C. 

Accuracy — 18°C to 28 °C ambient temperature * 

Temperature to be measured 

— 62°C + 150°C + 240°C 

P6601 and DM 501 A 
calibrated as a pair 

P6601 and instrument +lor 4 -oor —nor 

not calibrated as a pair. ±4 c + 2 C t0 8 C 

* For 0 ° C to 1 8 0 C a nd 28 ° C to 50 ° C ambient temperatures, 
add 1.5*C to above limit in each direction. 



±2°C -f 0° C to — 6°C 



OTHER CHARACTERISTICS 

Overrange Indication — Blinking display (except on 1000 V dc 
and 500 V ac ranges) 

Measurement Rate — 3 1/3 per second 
Power Consumption — %9 watts. 

Inputs — Maximum input voltage is 1000 V. The front panel 
Volts/, or LOW. or mA terminals can be floated to 1000 V peak 
max above ground, the rear input only 200 V peak For the 
rear input, ac volts, ohms. and maximum input specfications are 
derated 

INCLUDED ACCESSORIES 

One pair of test leads 003-0120-00. one P6601 Temperature 
Probe 010-6601-01 For environmental specifications and ac- 
cessories see previous page 



ORDERING INFORMATION 
DM 501 A Digital Multimeter $630 

Option 02 (deletes P6601 Temperature Probe 

and temperature measurement capability) Sub $125 
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Now, more counter capability than ever before. 
The 135 MHz IX 5009 and the 350 MHz X 5010, 
both fully programmable, IEEE -488 compatible 
Universal Counter Timers feature Reciprocal Fre- 
quency, Auto-Trigger, Probe Compensation, and 
more. The X 509 and DC 510 provide all of the 
performance of the DC 5009 and X 5010 except 
IEEE-488 compatibility And that can be added as 
a field modification at a later date 

Add the X 508 A, the X 503 A, and the X 504 
and you have a counter selection to satisfy 
virtually any application 

The X 508A is a 1.3 GHz communications 
counter ideal for high frequency applications. The 
X 508 A, which features an audio frequency 
resolution multiplier, is particularly applicable to 
telecommunications, aerospace and two-way 
communications 

The DC 503A is a 125 MHz Universal 
Counter/Timer designed for field service and 
general maintenance applications The X 503A 
is designed to offer a wide choice of perfor- 
mance features at an affordable price 

The X 504 is an 80 MHz, General Purpose 
Counter available at an affordable price. The 
compact size of the X 504 makes it particularly 
suitable for field service applications. 




DC 509 UNIVERSAL COUNTER TIMER 

DC 5009 PROGRAMMABLE UNIVERSAL 
COUNTER TIMER 

m 

[GPlB] 

ueemm I 

The X 5009 is designed to comply with IEEE 
Standard 488-1978 and with Tektronix Codes and 
Formats Standard The DC 509 is identical to the 
DC 5009 except that it is not GPIB compatible 



DIGITAL COUNTERS— SELECTION GUIDE 






DC 503A 


DC 504 


DC 508A 


DC 509/ DC 5009 


DC 510/DC 5010 


Number of digits 


8 


5 


9 


8 


9 


Frequency Range 


125 MHz 


80 MHz 


1.3 GHz 


135 MHz 


350 MHz 


Ratio Architecture 


NO 


NO 


NO 


YES 


YES 


Period 


YES, plus 
Averaging 


YES 


NO 


YES. plus 
Averaging 


YES. plus 
Averaging 


Width Averaging 
(single input) 


YES 


NO 


NO 


YES 


YES 


Time Interval Avg. 


YES 


NO 


NO 


YES 


YES 


Auto-Trigger 


NO 


NO 


NO 


YES 


YES 


Gated Events Avg. 


A during B 


NO 


NO 


B during A 


B during A 


Ratio Averaging 


YES 


NO 


NO 


YES 


YES 


Other 


Option 01. 
trigger 
level & 
shaped out- 
puts, time 
manual, 
totalize 


Option 01, 
rpm 


Option 01, 
Option 07, 
resolution 
multiplier. 
1 Mii/50 i> 
input 


Option 01, 
trigger 
level & 
shaped out- 
puts, self- 
test. phase 
modulated 
clock, probe 
compensation 
IEEE 488 
(DC 5009) 
fully 

programmable 
(DC 5009) 


Option 01, 
trigger 
level & 
shaped out- 
puts. self- 
test, phase 
modulated 
clock, probe 
compensation 
1 picosecond 
resolution 
(Time A-B) 
IEEE 488 
(DC 5010) 
fully 

programmable 
(DC 5010) 


Price 


$930 


$600 


$1500 


$1700/2200 


$3100/3600 
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Fully programmable 
Frequency and Period to 135 MHz 

Eight measurement functions: 

Reciprocal Frequency (8 digits in ^1s) 

Period and Period Average 

Width and Width Average 

Time A — B and Time A * B Average 

Events B During A and Events B During A 
Average 

Totalize 
Time Manual 

Ratio B/A and Ratio B/A Average 

Duty cycle independent Auto-Trigger from 
20 Hz to 100 MHz in 2.5 seconds for both 
channels 

Trigger level and shaped outputs for ease 
of triggering 

10 ns single-shot resolution in all timing 
modes 

Designed for serviceability including power- 
up self test and signature analysis 

Auto or Selected Averaging from 1 to 10 s in 
all modes 

Probe compensation mode for true probe 
compatibility 

Arming for added measurement capability 
with complex waveforms 



The X 509/DC 5009 Universal Counter/Timer 
makes frequency and period measurements to 
135 MHz using the powerful reciprocal counting 
technique This method provides high resolution 
of low frequency signals much faster than con- 
ventional counting techniques Signals to be 
counted or timed can be applied to channels A or 
B via front panel BNC connectors or rear interface 
connections 

The X 5009 is designed to operate in TM 5000 
Mainframes The X 509 will operate in both the 
TM 500 and the TM 5000 Series The X 509 
offers a broad range of versatile features includ- 
ing Auto-Trigger, Auto- Averaging, and Probe 
Compensation 

Auto-Trigger, at the push of a button, senses the 
applied signal and sets both trigger levels to the 
optimum trigger points. Channel A and B trigger 
levels can be monitored at front panel jacks or via 
rear interface connections Available are buffered 
voltages corresponding to the trigger levels set 
by the front panel controls or the Auto-Trigger 
Also available over the IEEE-488 bus are the 
minimum and maximum peaks signal voltage 
values as well as the mid point values for both 
channels. Trigger level outputs are essential for 
accurate time interval measurements, especially 
when the rise and fall time of the signal accounts 
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for a sizable portion of the time interval to be 
measured The outputs of the signal shaping 
circuits can be monitored, also These outputs 
are useful in setting the trigger points on complex 
waveforms 



The DC 509/DC 5009 provides ten measurement 
functions, and an averaging feature allows mea- 
surements to be averaged from 1 to 10® times 
with usable resolution to 5 picoseconds A pseu- 
do-random, phase-modulated time base, stan- 
dard in the DC 509/DC 5009, provides increased 

I accuracy by eliminating clock-synchronous errors 
in the time interval and width averaging modes 

The DC 509/DC 5009, a microprocessor-based 
instrument, executes an extensive self-test rou- 
tine when powered up A unique feature-Probe 
Compensation -permits quick and accurate com- 
pensation of signal probes An arming input 
allows measurements of selected events within 
complex waveforms. 



The English-like programming language makes 
GPIB control of the DC 5009 easy. The GPIB 
commands allow full access to all DC 5009 
controls and features 



( The DC 509/DC 5009 can be equipped with an 
optional oven-controlled, 10 MHz crystal oscillator 
(Option 01) to obtain a more accurate, highly 
stable time base. 



A conversion kit is available to owners of DC 
509 s who desire IEEE-488 capabilities. This op- 
tion is a field modification kit which easily con- 
verts a DC 509 to DC 5009 



DC 509/5009 CHARACTERISTICS 

Display — Eight-digit LED display, automatic decimal point po- 
sitioning. LED indicators for units, and measurement gate 
Overflow is indicated by a blinking display. 

CHANNEL A AND B INPUT CHARACTERISTICS 

Frequency Range — 0 to 135 MHz dc coupled. 10 Hz to 135 
MHz ac coupled 

Sensitivity — 20 mV RMS sinewave to 100 MHz. 40 mV RMS 
sinewave to 135 MHz. 1 15 mV p-p at min pulse width of 3 ns. 
Attenuation — Selectable IX. 5X. 

Impedance — 1 Mil paralleled by <30 pF 
Dynamic Range — ±3 V p-p x Attenuation, tr >5 ns. 
Thgger Level — 

DC 509: Adjustable 1 3.2 V x Attenuation 
DC 5009: ( + 3 200 to -3.175) x Attenuation. 25 mV resolution 
Auto-Tngger Frequency Range — 20 Hz to 100 MHz (Vj n 
I *>125 mV p-p) 

Independent Controls — Slope + /- . Atten 1X/5X. Coupl 
AC/DC. Source INT/EXT. 

Max. Input Voltage — 

! 1 X: 200 V pk. 400 V p-p from dc to 50 kHz. derate to 15 V p-p 

at 135 MHz 

5X: 200 V pk. 400 V p-p from dc to 5 MHz. derate to 25 V p-p 
at 135 MHz 

( Shaped Out — Shaped replica of signal being measured, aids 
proper triggering on complex waveforms. Amplitude 0 to > 
4 0.3 V from 50 11. 

Thgger Level Out — A dc level corresponding to the actual 
trigger level Accuracy within ± 10 mV of internal trigger level 
Arming Input — Permits measurements of complex wave- 
forms A TTL high allows averaging of selected events within a 
measurement 



FREQUENCY A 

Range — 100 >jHz to 135 MHz 

Resolution — 

± LSD ± 1 4 , Tnagw Jitter Errof x (Frepuency A)J 
N 

Accuracy — 

Resolution ± (Time Base Error x Frequency A.) 

PERIOD A 

Range — 7.40 ns to 3.05 hours. 

Resolution — 

i LSD±1<« ATn 9^ J " lefErrof 

Accuracy — Resolution ± (Time Base Error x Period A.) 

RATIO B/A 

Range — 10 - 7 to 10® (Frequency Range: Ch A to 135 MHz; 
Ch B to 125 MHz ) 

Resolution — 

♦ LSD + 1 4 x B Trigger Jitter ^Error x Frequency B 
Accuracy — Same as Resolution 

TIME A - • B 

Range — 15 ns to 3.05 hours. 

Minimum Dead Time — 15 ns (stop to start). 

Resolution — 

± LSD + — x ( i Ch A Trigger Jitter Error ± Ch B 
\ N Trigger Jitter Error) 

Accuracy — Resolution ± (Time Base Error x Time A — ► B) 
+ (Ch B Slew Rate Error - Ch A Slew Rate Error) ± Channel 
Delay Mismatch. 

Channel Delay Mismatch — <2 ns between front panel in- 
puts and <3 ns between rear interface inputs. 

EVENTS B DURING A 
Range — 10~ 7 to 10® 

Maximum B Frequency — 125 MHz 
Minimum A Pulse Width — 15 ns. 

Minimum Time Between A Pulses — 15 ns. 

Minimum Time Between "A” Start Edge and First "B" Event 
— 15 ns. 

Resolution — 

± LSD 4 ( ± Trigger Jitter Error Ch A start 

V N edge ± Trigger Jitter Error Ch 

A stop edge ) 

Accuracy — Resolution + FREQ B (Stop Slew Rate Error — 
Start Slew Rate Error). 



WIDTH A 

Range — 15 ns to 3 05 hours 

Minimum Dead Time Between Pulses — 15 ns. 
Resolution — 

i LSD + — ( ± Start Trigger Jitter Error ± Stop 
VN Trigger Jitter Error.) 

Accuracy — Resolution ± (Time Base Error x Width) 

+ (Stop Slew Rate Error — Start Slew Rate Error) ± 5 ns. 

TIME MANUAL 

Range — 0 to 3 05 hours 
Resolution — t LSD. (100 ms.) 

Accuracy — ± Resolution +(Time Base Error x TIME). 

TOTALIZE A 

Range — 0 to 1 09 x 10 12 counts. 

Repetition Rate — 0 to 135 MHz. 

PROBE COMP 

Display — 1 or 0 for each channel 

Accuracy — 

Probe Atten X 50 mV X 100 (%) 

Vm at Probe 

(2.5% nominal for X5 probe with 10 V p-p at the probe) 



RESOLUTION AND ACCURACY DEFINITIONS 
Trigger Jitter Error (seconds RMS) — 

v (eniF + {en2P <VoH» RMS) 

Input Slew Rate at trigger point (V/s) 

where eni ■= 120 *jV RMS typical counter input noise 

e n 2 - RMS Noise Voltage of input signal at trigger 
point measured with 1 50 MHz bandwidth 
Slew Rate Error (seconds) — 

Input Hysteresis 2 

Input Slew Rate at trigger point (V/S) 

Note Input hystersis is typically 20 mV p-p 
N = Number of Averages 

The minimum number of averages is selected by the AVER- 
AGES control in decade steps from 1 to 10® At Channel A 
repetition rates above * 250 Hz. the number of averages will 
be: 

N - (Frequency A (Hz) x 4 ms] 4 AVERAGES. 

In the AUTO mode, the counter measures with a fixed mea- 
surement time of about 300 ms 
N (AUTO) s Frequency A (Hz) x 0.3 seconds 
N is always > 1. 

Time Base Error — The sum of all errors specified for the time 
base used 



STANDARD TIME BASE 
Crystal Frequency — 10 MHz. 

Temp. Stability — ±5 x 10-®, 0°C to 50°C 

Aging Rate ■ 1 x 10 -• per year 

Setability — Adjustable to within ±1 x 10- 7 or better 

HIGH STABILITY TIME BASE (OPTION 01) 

Crystal Frequency — 10 MHz. 

Tempature Stability — ±2 x 10~ 7 after warm-up. 0°C to 
50°C. 

Warm-up Time — Within 2 x 10~ 7 of final frequency in less 
than 10 minutes when cold-started at 25 °C. 

Aging Rate — 1 x 10~®/day at time of shipment. 4 x 
10 "week after 30 days of continuous operation. 1 x 
10 ®/year after 60 days of continuous operation 
Setability — Adjustable to within 2 x 10- 8 

REAR INTERFACE 

Inputs — Channel A and B input to 50 MHz (50 it impedance, 
max input 3.6 V pk). arming, reset; external time base (1. 5. or 
10 MHz) 

Outputs — Channel A and B shaped outputs. Channel A and 
B trigger level outputs; 10 MHz clock; gate out 

OTHER CHARACTERISTICS 
Power Consumption — 

DC 509: 11 1 W *(15 W with Option 01) 

DC 5009: = 12 W *(15 W with Option 01) 

GPIB Data Output Rate (DC 5009 only) — * 10 readings/sec. 
max 

GPIB Commands (DC 5009 only) — Addressable by Eng- 
lish-like ASCII GPIB commands 

INCLUDED ACCESSORIES 

Tip Jack to BNC Service Kit. 175-3765-01 

RECOMMENDED PROBES 

P6125 5X Passive Probe 010-6125-01 



ORDERING INFORMATION 



DC 509 $1700 

DC 5009 $2200 

Option 01 High Stability Time Base Add $275 

Field GPIB Kit for DC 509 040-0957-00 $500 
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DC 5010 PROGRAMMABLE UNIVERSAL 
COUNTER/TIMER 
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The DC 5010 is designed to comply with IEEE 
Standard 488-1978 and with Tektronix Codes and 
Formats Standard The DC 510 is identical to the 
DC 5010 except that it is not GPIB compatible 



Fully Programmable (DC 5010) 

350 MHz both A and B Channels 

13 Measurement Functions: 

Ratio Architecture (Provides Benefits of Re- 
ciprocal Frequency: Nine Digits in <1/3 
Second. 

Period and Period Average 
Width and Width Average 



Time A B and Time A -*■ B Average 

Events B During A and Events B 
During A Average 

Totalize (A, A + B, A-B) 

Time Manual 

Ratio B/A and Ratio B/A Average 

Rise Time A/Fall Time A (with averaging) 

Duty Cycle Independent Auto-Trigger from 
20 Hz to 350 MHz in <2.5 sec. 

DVM Mode for Displaying 
Trigger Level Setting 

Shaped A and B Channel Outputs 



3.125 ns Single-shot Resolution 

Selected Averaging from 1 to 10 9 or Auto 

Hysteresis Compensation 

Probe Compensation Mode for Probe 
Compatibility 

Arming for Added Measurement Capability 
with Complex Waveforms 

Designed for Serviceability with Powerful 
Self Test and Signature Analysis 




The DC 510/DC 5010 Universal Counter /Timer 
features reciprocal frequency, period, ratio, and 
events B during A measurements to 350 MHz. 
The powerful reciprocal techinque provides high 
resolution of low frequency signals much faster 
than conventional counting techniques. For timing 
measurements, time interval and width feature 
3.125 ns single-shot resolution, as do the new 
risetime and falltime functions. For all of the 
above measurements, identical A and B channels 
and averaging provide increased accuracy. The 
averaging feature allows measurements to be 
averaged from 1 to 10 9 times with usable time 
interval resolution to 1 picosecond. A pseudo- 
random, phase modulated time base in the DC 
510/DC 5010, provides increased accuracy by 
eliminating clock synchronous errors in the time 
interval and width averaging modes. Also includ- 
ed is a time manual mode, as well as three 350 
MHz totalize modes; A, A + B, and A-B. 

The DC 510/DC 5010 also has an auto-trigger 
feature for ease of set-up. Auto trigger, at the 
push of a button senses the applied signal and 
sets both trigger levels to the optimum trigger 
points In the DC 5010, trigger levels are available 
over the bus, as are the minimum and maximum 
peak signal voltage values. In both the DC 510 
and DC 5010, the trigger voltage setting can be 
displayed Such trigger level information is essen- 
tial for accurate time interval measurements, es- 
pecially when the rise and fall time of the signal 
accounts for a sizable portion of the time interval 
to be measured. Hysteresis compensation is 
automatic in the DC 510/DC 5010. The outputs of 
the signal shaping circuits can also be monitored 
These outputs are useful for setting the trigger 
points on complex waveforms. 



The DC 510/DC 5010, micro processor based 
instruments execute an extensive self test routine 
when powered up The test modes and signature 
analysis contribute to a reduced life cycle cost of 
ownership. A unique feature-Probe Compensa- 
tion-permits quick and accurate compensation of 
signal probes An arming input allows measure- 
ment of selected events within complex 
waveforms The DC 510/DC 5010 use proprietary 
amplifiers and Schmitt trigger circuitry to provide 
flat sensitivity and low distortion signal 
acquisition. 

The DC 5010 is an IEEE-488 compatible, fully 
programmable version of the DC 510 and allows 
every manually selectable function or mode to be 
operated over the IEEE-488 bus, including all 
input conditioning controls. The English like pro- 
gramming commands makes bus control of the 
DC 5010 easy. The GPIB bus commands allow full 
access to all DC 5010 controls and features. 

The DC 510/DC 5010 can be equipped with an 
optional oven-controlled, 10 MHz crystal oscillator 
(Option 01) to obtain an even more accurate 
highly stable time base. 

A conversion kit is available to owners of DC 
510's who desire IEEE-488 capabilities The field 
modification kit easily converts a DC 510 to a DC 
5010. 

The DC 510 will work in either 500 or 5000 Series 
Mainframes. The DC 5010 will work only in the 
5000 Series 

DC 510/DC 5010 CHARACTERISTICS 

Display — Nine-digit LED display, automatic decimal point po- 
sitioning. LED indicators for units, and measurement gate, and 
bus conditions. Overflow is indicated by a blinking display. 

CHANNEL A AND B INPUT CHARACTERISTICS 
Frequency Range — 

50 it Termination: 0 to 350 MHz dc coupled. 1 00 kHz to 350 
MHz ac coupled. 

1 MU Termination: 0 to 300 MHz dc coupled. 16 Hz to 300 
MHz ac coupled 

Sensitivity — 

50 U Termination dc: 25 mV RMS sinewave to 350 MHz. 70 
mV p-p pulse 

1 MU Termination ac: 25 mV RMS to 200 MHz, 42 mV 
RMS to 300 MHz. dc coupled 25 
mV RMS. 16 Hz to 200 MHz. 42 
mV RMS to 300 MHz. ac coupled 
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Attenuation — Selectable IX. 5X. 

Impedance — 1 Mu paralleled by 23 pF ± 2 pF or 50 12. 
Trigger Level Range — +2 V to -2 V (XI). + 10 V to - 10 V 
(X5) 

Dynamic Range — 4 V p-p x Attenuation 
Auto-Trigger Frequency Range — 10 Hz to 350 MHz 
Independent Controls — Slope +/-. Atten 1X/5X. Coupl. 
ac/dc . Imped 1 Mil/50 

Maximum Input Voltage — 1 M12 input impedance 

IX: ± 42 V (dc + peak ac) to 200 kHz; ± 2 V (dc + peak ac) 
to 300 MHz. 

5X: ± 42 V (dc + peak ac) to 1 MHz. ± 10 V (dc -»- peak ac) 
to 300 MHz 

In 50 11 input impedance, signals > ±2 V X attenuator will 
cause input protection circuitry to switch input to 1 M12. 
Shaped Out — Shaped replica of signal being measured, aids 
proper triggering on complex waveforms (>200 mV typically 
>100 into 50 U load) 

Arming Input — Permits measurements of complex wave- 
forms A TTL high allows averaging of selected events within a 
measurement 

FREQUENCY A 

Range — 36 #iHz to 350 MHz 

Resolution — 

± LSD ±1.4 x A Trigger Jitter Erro r x (Frequency A)* 

N 

Accuracy — Resolution ± (Time Base Error x Frequency A.) 

PERIOD A 

Range — 3.125 ns to 7.6 hours 

Resolution — 

i LSD ± 1 4 x A Trigger Jitter Erro r 
N 

Accuracy — Resolution ± (Time Base Error) x Period A. 

RATIO B/A 

Range — 10- 8 to 10 9 (Frequency range 36 *iHz to 350 MHz) 

Resolution — 

± LSD t 1 4 x B Triqqer Jitter Error X Frequency B 
N 

Accuracy — Same as Resolution 

TIME A - B 

Range — 2 0 ns to 7.6 hours 

Resolution — 

± LSD + 1 *(i Ch A Trigger Jitter Error i ChB 

\/N Trigger Jitter Error) 

Accuracy — 

Resolution ± (Time Base Error x Time A -* B) + (Ch B Slew 
Rate Error) ± (Channel Delay Mismatch*). 

*Can be removed with ’Null*. 

Resolution — Best time A — B Avg. resolution = ± 1 psec 
Minimum Dead Time — 12.5 ns (stop to start). 

Rep Rate — <70 MHz. 

EVENTS B DURING A 
Range — 10 -• to 10®. 

Maximum B Frequency — 350 MHz 
Maximum A Frequency — 80 MHz 

Minimum A Pulse Width — 4.0 ns (and 8.5 ns mm. time be- 
tween pulses). 

Resolution — 

± LSD + Frequency B ± y^gg^ jitter Error 
\/ N Ch A start edge 

± Trigger Jitter Error Ch A stop 
edge) 



Accuracy — Resolution + Freq B (Stop Slew Rate Error - 
Start Slew Rate Error) 

WIDTH A 

Range — 4 ns to 7 6 hours 

Resolution — 

♦ LSD ± i Start Trigger Jitter Error ± Stop Trigger 

V N Jitter Error). 

Accuracy — Resolution t(Time Base Error x Width) + (Stop 
Slew Rate Error Start Slew Rate Error) ± 2 ns 

Minimum Time. Start to Stop — <8 5 ns. 

TIME MANUAL 

Range — 0 to 3.125 x 10 4 s( = 8 hours) 

Resolution — ± LSD (100 ms) 

Accuracy — ± Resolution ±(Time Base Error x TIME) 

TOTALIZE A 

Range — 0 to 10* counts 

Repetition Rate — 0 to 350 MHz 

TOTALIZE A -l-B 
Range — 0 to 1 0* counts (A -t- B <1 0 9 ). 

Repetition Rate — 0 to 350 MHz 

TOTALIZE A-B 

Range — 1x10® to +1x10* (either A >10 ,J or B >10' 2 

will cause overflow). 

Repetition Rate — 0 to 350 MHz 

RISE/FALL A 

Range — 5.0 ns to 10 4 s. (1 Mil and 50 12.) 

Repetition Rate — Minimum time between rising (falling) 
edges is 12.5 ns (80 MHz). 

Input amplitude — (1 .4 V to 8 V) X Attenuation (50 0). (.7 V to 
4 V) X Attenuation (1 MU.) 

Resolution — 

± LSD + = (± Start Trigger Jitter Error 

V N ± Stop Trigger Jitter Error.) 

Accuracy — Resolution ± (Time Base Error x RISEyFALL 
TIME) 1 2 ns ± 4 mV x Slew Rate A Error (near 10%) ± 4 mV 
Slew Rate A Error (near 90%). 

Resolution and Accuracy Definitions — 

Trigger Jitter Error (seconds RMS) = 

V (e n iP • (e n 2) ; (Volts RMS~ 

Input slew rate at trigger point (Volts/Sec) 

Where e nl 140 *iV RMS typical Counter Input noise for 1 MU 
filter on. 240 *jV RMS typical for 1 Mil filter off and 340 
RMS typical for 50 12. 

en2 = RMS Noise Voltage of input signal at trigger point 
measured with the appropriate bandwidth 
Slew Rate Error (seconds) — 

’trigger level error (volts) 

Input slew rate at trigger point (volts/’sec) 

•Trigger level error - 



All functions Pos slope 

except Width 
and Events B 


trigger accuracy times 
ATTN factor 


Dur A Neg slope 


trigger accuracy ± 1 0 mV) 
times ATTN factor 


Width A _T"L start edge 


trigger accuracy times ATTN 
factor 


stop edge 


(trigger accuracy -t- hyst) 
times ATTN factor 


H r start edge 


(trigger accuracy + hyst) times 
ATTN factor 


stop edge 


trigger accuracy times ATTN 
factor 



Events B Same as Width, except each number is 

Dur A multiplied by (Freq B) 



Note Input hysteresis is typically 50 mV p-p x attenuation. 
N = Number of Averages 



The minimum number of averages is selected by the AVER- 
AGES button and the * , buttons in decade steps from 1 to 
10* At Channel A repetition rates above = 250 Hz the actual 
number of averages will be 

N | Freq A (Hz) x 4 ms) + Averages 
N Averages setting (below 250 Hz). 

This typically leads to better than expected resolution in the 
displayed answer for small N with only minimal impact on mea- 
surement time. It does mean however that Arming must be 
used where only N 1 is desired for signals 3-250 Hz. 

In the AUTO mode the counter measures with a fixed measure- 
ment time of about 300 ms (or the time for one event, whichev- 
er is greater 

N Freq A (Hz) x .3 seconds (N always >1). 

Probe Comp Display indicates 1 for over comp. 0 for under 
comp Accuracy = (A X 0 300)% A = Probe Attenuation times 
counter attenuator setting 

Time Base Error — The sum of all errors specified for the time 
base used 



STANDARD TIME BASE 
Crystal Frequency — 10 MHz 
Temp. Stability — ±5x10-®. 0°C to 50°C 
Aging rate — < i ppm/year 
Setability — Adjustable to within ±5x10 ® 

HIGH STABILITY TIME BASE (OPTION 01) 

Crystal Frequency — 10 MHz 

Temp. Stability — ±2 x 10~ 7 after warm-up. 0°C to 50°C 
Warm-up Time — Within ±2 x 10 - 7 of final frequency in <10 
minutes when cold-started at 25°C. 

Aging Rate — 1 x 10 “/day at time of shipment. -4 x 
10 "/week after 30 days of continuous operation. 1 x 
10 ®/year after 60 days of continuous operation 
Setability — Adjustable to within ±2 x 10 - 8 

REAR INTERFACE 

Inputs — Arming, reset, external time base (1.5. or 10 MHz) 
Outputs — 1 MHz clock 

OTHER CHARACTERISTICS 
Power Consumption — 

DC 510: 15 W *(19 W with Option 01). 

DC 5010: 15 5 W =(19.5 W with Option 01). 

GPIB Data Output Rate (DC 5010 only) — =10 readings/se- 
cond maximum. 

GPIB Commands (DC 5010 only) — Addressable by 45 Eng- 
lish-like GPIB commands 

INCLUDED ACCESSORIES 

One each shaped Output Cable 012-0532-00 

RECOMMENDED PROBE 

P6125 5 X Passive Probe 010-6125-01 



ORDERING INFORMATION 



DC 510 $3100 

DC 5010 $3600 

Option 01 High Stability Time Base Add $275 

Field GPIB Kit for DC 510 040-1023-00 500 
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Frequency Counter 

DC 508A 



Frequency up to 1.3 GHz 

Sensitivity to 20 mV RMS Prescale, 
15 mV RMS Direct. 

XI 00 Resolution Multiplier to 25 kHz 

Input Out-of-Range Light 

Nine Digit LED Readout 

Front Panel Fuse Protection on 
Prescale Input 



Maximum Operating Input Voltage — For 50 0 is <7 V peak 
For 1 Mil IX attenuation. V peak <400 V; Vp-p <300 V from 
10 Hz to 0.75 MHz. V p-p 225/fMHz V from 0.75 MHz to 22 
MHz. Vp-p ^10V above 22 MHz. for a pulse. V peak *=,400 V 
and dV/dt <5 V/ns. For 1 MU. 10X attenuation, V peak *5400 
V. V p-p * 300 V from 10 Hz to 1 MHz. V p-p <300/fMHz V 
from 1 MHz to 6 MHz. V p-p «s100 V above 6 MHz. 
Attenuation — IX. 10X 

Resolution (without resolution multiplier) — 0.1 Hz with 10 s 
gate. 1 Hz with 1 s gate, 10 Hz with 100 ms gate. 100 Hz with 
10 ms gate, and 1 kHz with 1 ms gate. 

Rear Interface Internal Input Sensitivity — 125 mV RMS to 
50 MHz. 

Rear Interface Internal Input Impedance — 50 0. 

Rear Interface Internal Input Maximum Input Voltage — 4 V. 
Resolution Multiplier Frequency Range — 10 Hz to 25 kHz. 
Resolution Multiplier Multiplication — XI 00. 

Resolution Multiplier Lock Time — <5 s. 

PRESCALE INPUT (-8) 

Frequency Range — 100 MHz to 1.3 GHz. 

Sensitivity — 20 mV RMS from *5100 MHz to >1.1 GHz 
( 21 dBm) 40 mV RMS (- 15 dBm) from 1.1 to 1.3 GHz. 
Impedance — 50 12. 

VSWR — *52.2:1. 

Maximum Operating Input Voltage — V peak *515 V. V RMS 

<2 V ( + 19 dBm). 

Resolution — 1 Hz with 8 s gate. 10 Hz with 800 ms gate. 100 
Hz with 80 ms gate, and 1 kHz with 8 ms gate 

Input Protection Voltage — Input fuse opens at =9 V RMS 

( + 30 dBm). 

Input Out-of-Range LED — Indicates voltage or frequency too 
low for error-free counting. 

TIME BASE 

Frequency — 10 MHz; may also be used with external time 
bases with TTL levels at 1. 5. and 10 MHz 
Temperature Stability — 0°Cto50°C — ±5x 10 
Aging Rate — 1 x 10- 6 per year 



DC 503A 




Universal Counter/Timer 

DC 503A 



125 MHz both A and B channels 
Eight measurement functions 
Frequency 

Period and Period Average 

Width and Width Average 

Time A— B and Time A—B Average 

Events A During B Average 

Totalize 

Time Manual 



OPTION 01 TIME BASE 



Ratio A/B Average 



The DC 508A Counter, designed to operate in TM 
500/TM 5000 Series Mainframes, measures fre- 
quency from 10 Hz to 1.3 GHz. A nine-digit LED 
display shows frequency or total events from 0 to 
999,999,999 The prescaler input allows it to mea- 
sure frequency from 100 MHz to 1.3 GHz. and the 
direct input from 10 Hz to 100 MHz. The decimal 
point is automatically positioned and leading ze- 
ros suppressed. Digit overflow is indicated by a 
front panel LED. Option 01 includes a high- 
stability time base, and Option 07 includes Option 
01 and an interface for the TR 502 and TR 503 
Tracking Generator/Spectrum Analyzer An audio 
frequency resolution multiplier multiplies the reso- 
lution by 100 from 10 Hz to 25 kHz. This allows 
resolution of 0.01 Hz in 1 second. Detent position 
of Display Time knob provides a hold mode. 

DISPLAY 

Nine-digit LED display, leading zeros blanked, automatic deci- 
mal point positioning. LED front panel indicators for gate open, 
overflow. kHz, and MHz. 

DIRECT INPUT 

Frequency Range — 10 Hz to 100 MHz 
Sensitivity — 15 mV RMS 

Impedance — Selectable 50 if and 1 Mlf paralleled by 25 pF. 
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(OVEN OSCILLATOR) 

Frequency — 10 MHz 

Temperature Stability, 0 # C to 50 *C After Warmup — Within 
0.2 parts in 10* after warmup 

Warmup Time — Within ±0.2 ppm of final frequency in <10 
minutes when cold-started at 25° C. 

Aging Rate — <1 x 10 -"/day at time of shipping. <4 x 
10 "/week after a month of continuous operation. *51 x 
10 "/year after two months of continuous operation. 
Setability — ±2x10-" 

Rear Inputs — Frequency, reset, external clock, start count. 
Rear Outputs — BCD. decimal point, time slot zero, scan 
clock, data good, overflow, reset, gate out. 

ACCURACY 

The overall DC 508A accuracy is: 

Accuracy (% of reading) — ± (time base accuracy + 

; ,)x ioo 

I total displayed counts I 

Time base accuracy < ± (calibration accuracy + temperature 
stability + (aging rate x time since calibration) + short-term 
stability!. 



ORDERING INFORMATION 



DC 508 A Frequency Counter $1500 

Option 01 (Time Base) Add $275 

Option 07 (Includes Option 01 Time Base) 

for use with TR 502 Add $325 



10 ps Resolution in Time Interval 
Average with 10 8 Averages 

Shaped Outputs for Ease of Triggering 

40 MHz Rep Rate in Time Interval Average 

Simplified Width Measurement 

Designed for True Probe Compatibility 

Trigger level Outputs for 
Accurate Trigger Setting 



The DC 503A offers a broad range of measure- 
ment features at an affordable price. The instru- 
ment has two input channels, A and B, each with 
125 MHz capability. Each channel has separate 
triggering level, triggering slope, attenuator, and 
coupling mode controls. Eight measurement func- 
tions are available with the DC 503A and an aver- 
aging feature allows measurements to be 
averaged from 1 to 10 8 times. Signals to be 
counted or timed can be applied to channels A 
and B via front panel BNC connectors, or through 
rear interface connections. The DC 503A features 
an easy access front panel and an LSI based de- 
sign for increased instrument reliability. 

The DC 503A can be equipped with an optional 
oven-controlled 10 MHz crystal oscillator (Option 
01) to obtain a highly stable and precise internal 
time base. Both the optional oscillator and the 
standard 10 MHz crystal oscillator provide 100 ns 
resolution of single-shot time intervals. 
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GENERAL PURPOSE 
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DC 503A CHARACTERISTICS 

Display — Eight digit LED display. LED indicators for units, 
gate open, and overflow 

Display Tima — =*0.2 seconds to 5 seconds and hold. 

CHANNEL A AND B INPUT CHARACTERISTICS 

Frequency Range — 0 to 125 MHz. dc coupled 10 Hz to 125 
MHz. ac coupled 

Sensitivity — 20 mV RMS sine wave to 100 MHz. 35 mV 
RMS sinewave to 125 MHz 60 mV p-p; at min pulse width of 5 
ns to 100 MHz 100 mV p-p at mm pulse widtn of 4 ns to 125 
MHz 

Impedance — 1 Mll paralleled by %27 pF. 

Attenuation — Selectable IX. 5X. 

Dynamic Range — Vin <3 V p-p; x Attenuation. 

Thgger Level — Adjustable ^ 3.5 V x Attenuation 
Independent Controls — Slope +/-, Atten. 1X/5X. Coup! 
AC/DC. Source INT/EXT. 

Max Input Voltage — 

IX: 200 V peak. 400 V p-p from dc to 50 kHz. derate to 15 V p- 
p from 1.33 MHz to 125 MHz. 

5X: 200 V peak. 400 V p-p from dc to 5 MHz. derate to 20 V p- 
pfrom 100 MHz to 125 MHz 

Shaped Out — Shaped replica of signal being measured, aids 
proper triggering on complex waveforms. 3*200 mV p-p from 
50 W. 

Trigger Level — A dc level corresponding to the actual trigger 
level Accuracy ±20 mV ±0.5% of reading. 

FREQUENCY A 

Range — 0 to 125 MHz. 

Resolution — 0.1 Hz to 10 MHz in decade steps. 

Accuracy* = ± 1 count ± time base error x Frequency A. 

PERIOD B (SINGLE SHOT) 

Range — 100 ns to 10* s. 

Resolution— 100 ns to 10 s in decade steps. 

Accuracy">c « ± 1 count ± time base error x Period B ± 1 .4 
x Ch B trigger jitter error. 

Frequency Range — 0 to 125 MHz. 

PERIOD B (Average) 

Range — 8 ns to 10 s. 

Resolution — 1 fs (10- ,s ) to 100 ns in decade steps. 

Number of Average — N = 1 to 10* 

Accuracy*. b.c » ± ns ± time base error x Period B 
N 

+ 1 4 x Ch B trigger utter error 
N 

Frequency Range — 0 to 125 MHz. 

WIDTH B (SINGLE SHOT) 

Range — 100 ns to 10*s. 

Resolution — 100 ns to 10 s in decade steps. 

Accuracy*. c.d « 

± 1 count ± time base error x Width B 
± Ch B start trigger jitter error 
± Ch B stop trigger jitter error 

4 (Ch B stop slew rate error — Ch B start slew rate error). 

WIDTH B (AVERAGE) 

Range — 5 ns to 10 s. 

Resolution — 

100 ns 
VN 

Number of Averages — N - 1 to 10* in decade steps. 



Accuracy*.b.c.d =, 

± _122_!1 s 4 time base error x width B 
VN 

+ Ch B start trigger jitter error 

viT 

1 Ch B stop trigger jitter error 

VN* 

+ (Ch B stop slew rate error - Ch B start slew rate error) 
Frequency Range — 0 to 100 MHz 

TIME A -► B (SINGLE SHOT) 

Range — 100 ns to 10*s. 

Resolution — 100 ns to 10 s in decade steps 

Accuracy a ’ c ’ d = 

± 1 count ± time base error x Time A — ►B 
± Ch A trigger jitter error 
± Ch B trigger jitter error 
± (Ch B stop trigger slew error 

- Ch A start trigger slew error) ±4 ns. 

TIME A — * B (AVERAGE) 

Range — 12.5 ns to 10 s. 

Resolution — 

\ N 

Minimum Dead Time — 12.5 ns (Stop-to-Start). 

Number of Averages — N = 1 to 10* in decade steps. 
Accuracy a ' b>c ’ d = 

± 12L25 ± time base error x Time A — ► B 
VN 

+ Ch A trigger utter error 
VN 

± Ch B trigger litter error 

Vn 

4 (Ch B stop trigger slew error 

Ch A start trigger slew error) ± 4 ns 

EVENTS A DURING B (AVERAGE) 

Max A Frequency — 125 MHz 
Min B Pulse Width — 5 ns. 

Number of Averages — N = 1 to 10* in decade steps 
Accuracy b,c<d — 

± — PefKXj A — — x Events A during B 
Width B x Vn 

± Ch_B start trgger Jitter error x Frequency A 
\ N 

± ^h B stop trigger jitter error x Frequency A 
V N 

+ (Ch B stop trigger slew error 

- Ch B start trigger slew error) x Frequency A 
(Note Frequency in MHz) 

RATIO A/B 

Averaged over 1 to 10* cycles of channel B signal. 

Frequency Range — 0 to 125 MHz (both Channels A & B). 

Accuf»cy b ' c — ± Ffe< l uenc Y B 

Frequency A x N 

+ 1 4 x Ch B trigger jitter error x Frequency A 
N 

+ Frequency A 
0 3 x 10* 



TOTALIZE A 

1 to 99.999.999 counts at max rate of 125 MHz. Start, stop 
and reset controlled by front panel pushbuttons or rear inter- 
face signal lines 

TIME MANUAL 

Electronic stopwatch, accumulates and displays time between 
activation of front panel start/stop button or rear interface sig- 
nal line Clock rates selectable from 100 ns to 10 s in decade 
steps Range 100 ns to 10* s. 

STANDARD TIME BASE 
Crystal Frequency — 10 MHz. 

Temp Stability — < ±5 x 10~* 0°C to 50°C. 

Aging Rate — <1 x 10~* per year. 

Setability — Adjustable to within 5 x 10~ B . 

OPTION 01 HIGH STABILITY TIME BASE 
Crystal Frequency — 10 MHz. 

Temp Stability — < ± 2 x 10- 7 after warm-up. 0 8 C to 50 °C. 
Warmup Time — Within 2 x 10 ~ 7 of final frequency in <10 
minutes when cold started at 25°C. 

Aging Rate — 1 x 10 -"/day at time of shipment. 4 x 
10 */week after 30 days of continuous operation. 1 x 
10 */year after 60 days of continuous operation. 

Setability — Adjustable to within 2 x 10-*. 

REAR INTERFACE 

Inputs — Direct count input to 50 MHz. (50 U impedance, re- 
sistor may be removed for 1 Mil impedance, remote start/stop, 
reset; external time base 

Outputs — BCD serial-by-digit. decimal point, overflow, scan 
clock; trigger level; time base reference 

NOTES: 

A) Time base error is the sum of all errors specified for the time 
base used 

B) N is the number of periods averaged in PERIOD B (AVGS) 
mode, the number of intervals averaged in the TIME A-B 
(AVGS) mode, the number of widths of B averaged in 
WIDTH B (AVGS) and EVENTS A DURING B modes, and 
the number of periods of B in the RATIO A/B mode. 

C) Trigger jitter error -= 

(in ns) 

V (en/ ± (en/ (V) 

Inpul slew rate at trigger point (V/*iS) 

Where en^ -= 100 nM RMS typical internal noise. 

en 2 = RMS noise of the signal input at the trigger 
point for a 125 MHz bandwidth 

D) Trigger slew rate error = 

(in »iS) 

Input hystensis (V) 

2 

Input slew rate at set trigger point (V/*»s) 

Where input hystensis = 20 mV p-p typical. 



ORDERING INFORMATION 



DC 503A $930 

Option 01 High Stability Time Base Add $275 



TPU' DIGITAL COUNTERS 
I tZr\ ACCESSORIES 



GENERAL PURPOSE 
INSTRUMENTS 



DC 504 




Counter/Tinier 

DC 504 Counter/Timer 

Direct Frequency Counting to 80 MHz 

Period Measurement for Resolution 
at Low Frequency 

Rpm Counting 

5 Digit LED Display 

Low Cost 



The DC 504 Counter/Timer measures frequency 
from 0 Hz (with 0.1 Hz resolution) to 80 MHz, 
period from 1 microsecond to 999.99 seconds, 
and totalizes events from 0 to 99,999 at a maxi- 
mum rate of at least 80 MHz. A resolution of 0.1 
Hz can be obtained by allowing the more signifi- 
cant figures of the counter to overflow Five 7- 
segment lightemitting diodes (LEDS) provide a 
visual numerical display. The decimal point is 
automatically positioned and leading zeros are 
blanked. Digit overflow is indicated by a front- 
panel LED. Signals to be counted/timed can be 
applied to either a front-panel BNC connector or 
to the rear interface connector. Internal switches 
select frequency or rpm operation, internal time 
base or external standard, and override display 
storage 



CHARACTERISTICS 
Display — 5 digits LED display 

Accuracy — ± 1 count ± time-base accuracy ( ± trigger error 
in period mode only). 

Frequency (or rpm) — Dc coupled 0 Hz to at least 80 MHz 
Ac coupled 10 Hz to at least 80 MHz. 

Frequency/rpm (Max Resolution) — kHz Positions: 0.1 Hz, 1 
Hz. and 10 Hz (1 rpm. 10 rpm, and 100 rpm).* MHz Positions: 
0 1 kHz and 1 kHz (1000 rpm and 10 k rpm).* 

Sensitivity — 20 mV RMS (56.6 mV p-p) below 15 MHz. 35 
mV RMS (99 mV p-p) at or below 50 MHz derating to typically 
<175 mV RMS (495 mV p-p) at 80 MHz. 

Triggering Level — Adjustable from at least - 1 .5 V to +1.5 
V 

Trigger Source — Internal (rear connector interface) or exter- 
nal (front-panel BNC). 

Max Input Voltage — (sinewave. dc + peak ac) ±250 V at 
500 kHz or less, derate 20 dB/decade to 25 MHz. ± 5 V from 
25 MHz to 80 MHz 

Impedance — 1 M<2 paralleled by =20 pF 
Coupling — Dc or ac. 

Internal Time Base — 





Standard 


Option 01 


Crystal 

Frequency 


1 MHz 


5 MHz tempera- 
ture compensated 


Stability (0°C 
to 50°C) after 
Yz hour 
warm-up 


<±1 X 10*5 


<±5 x 10* 7 


Long-term Drift 


<±1 X 10*5 
per month 


<±1 x 10* 7 
per month 


Setability 


Adjustable to 
±1 x 10* 7 


Adjustable to 
±5 x 10’ 



Totalize Events (Resolution — 1 count. 

Period (Resolution) — mSec Position: 1 and 10 v s Sec 
Position: 0.1 ms, and 10 ms. 

Display Time — Variable from about 0.1 s to about 10 s. De- 
tent position at cw position of DISPLAY TIME knob provides a 
HOLD mode 

Data Inputs and Outputs — Available at rear of plug-in for 
intra-compartment routing in any TM 500 Power Module/Main- 
frame. Bed senal-by-digit (parallel data for one digit at a time) 
plus timing and control functions. 



ORDERING INFORMATION 



DC 504 Counter/Timer $600 

Option 01 (Time Base) Add $200 



P6125 COUNTER PROBE 5X 




The P6125 is a low-capacitance, 5X attenuation 
passive probe specially designed for use with 
counter/timers. It makes possible more accurate 
time interval measurements of high speed logic 
signals Five-times attenuation provides an opti- 
mum match between the counter input character- 
istics and the voltage levels of all common logic 
families The low input capacitance permits ac- 
quisition of high frequency signals with minimum 
loading of the circuits under test 

CHARACTERISTICS 

Attenuation — 5X. 

Input Resistance — 5 MU Input. 

Capacitance — =20 pF 
Bandwidth — Dc to 200 MHz. 

Voltage Rating — 250 V (dc + peak ac) derated to 35 V at 
100 MHz. 

Cable Length — 1.5 meters. 



352-0351-00 

013-0107-03 



344-0046-00 

175-0124-01 

175-0263-01 

166-0404-01 

016-0521-00 



INCLUDED ACCESSORIES 

1 HOLDER, probe 
1 TIP. retractable hook 

1 TIP. 1C tester 

2 TIPS, probe 

2 CLIPS, miniature, alligator 
1 LEAD, ground, 13 cm 
1 LEAD, ground. 8 cm 
1 SLEEVE, insulating 
1 POUCH, accessory 



•Available in packages of 10 (015-0201-04) or 100 (015-0201- 
05) only. 



•This assumes that the transducer output is one pulse per 
revolution. 

OPTIONAL COUNTER ACCESSORIES 



P6101 XI Probe, Dc to 34 MHz 

Order 010-6101-03 $53 

P6106 X10 Probe, Dc to 300 MHz 

Order 010-6106-03 $125 

P6201 FET Probe, Dc to 900 MHz 

Order 010-6201-01 $990 

P6056 50 Q, X10 Probe, Dc to 3.5 GHz 

Order 010-6056-03 $140 

Power Divider, GR, 50 0 

Order 017-0082 -00 $75 

Adapter, GR to BNC female 

Order 017-0067-00 $55 

Adapter, GR to BNC male 

Order 017-0064 -00 $60 

Cable, adapter, BNC to tipjack 
(DC 503A, DC 509. DC 5009) 

Order 175-3765-01 $23 

Cable, Adapter, BNC to Rf 
(DC 510, DC 5010) 

Order 012-0532-00 $23 



“Available in packages of 10 only (206-0191-03). 

P6125 Counter Probe, 5X, 1.5 m, 

Order 010-6125-01 $53 
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TC - !/ GENERAL purpose 
I L.l\ INSTRUMENTS 



POWER 

SUPPLIES 



PS 5010 

[GPIBl 

ll£££ ml 

The PS 5010 is designed to comply with IEEE 
Standard 488-1978, and with Tektronix Codes 
and Formats Standard 



Fully Programmable 

Three Programmable ±0 to 32 V Dual Float- 
I ing Supply to 0.75A ( 1 .6A to 1 5 V). +4.5 V to 
+ 5.5 V Logic Supply to 3A. 

I Three Independent Digital Displays 

I 

I Programmable Voltage and Current Limits 
I Over Full Range 

I Automatic Crossover 

I Powerful Set of GPIB Status Reporting 
I Commands 

I Front Panel Lock-Out Capability 

I Programmable Output ON/OFF (Independent 
I ON/OFF for Floating Supply and Logic 
Supply) 

±0.5% Accuracy 



PS 5010 




Programmable Triple Power Supply 



The PS 5010 Programmable Power Supply is a 
two-wide TM 5000 module that provides a com- 
plete and rapid high performance solution for 
many system power supply applications. It's three 
supplies provide the most commonly used 
voltages, and the three digital displays automati- 
cally indicate all six voltage and current limit 
parameters. Automatic crossover from voltage to 
current limit and a powerful set of GPIB status 
reporting commands allow the user to be con- 
stantly aware of the power supply’s status. Also, 
the user can program the output on or off and 
lock-out the front panel controls with GPIB 
commands 

The PS 5010’s dual floating supply provides 0 to 
+32 V and 0 to —32 V at up to 0.75 A (1.6 A to 
15 V). The logic supply provides +4.5 V to +5.5 
V at 3 A. The three supplies can be independent- 
ly programmed for voltage and current limits. 
Since the PS 5010’s microprocessor monitors the 
voltage and current feedback loops of each 
supply, a simulation of true DMM output monitor- 
ing of all supplies is possible Each display indi- 
cates the true output voltage or current of that 
supply. Whenever a load change causes a supply 
to change modes from constant voltage to con- 
stant current (or vice-versa), the display also 
changes to show the known current limit or 
voltage value This condition can be reported 
over the bus via an interrupt when the PS 5010 is 
in the remote state. 

With it’s English-like GPIB commands, perfor- 
mance, and combination of features, the PS 5010 
Triple Power Supply reduces both software and 
hardware system development time. 



PS 5010 CHARACTERISTICS 

POSITIVE AND NEGATIVE FLOATING SUPPLIES 
Configuration — Dual floating with shared common terminal 
Isolation — 150 V peak from panel. 42 V peak from rear inter- 
face. 0 015 typical shunt capacitance to ground 
Voltage Range — 0 to +32.0 V. 0 to -32.0 V. 

Voltage Accuracy — ± (0.5% + 20 mV) overall; ± (0.01% 
+ 2 mV) line regulation, 1 10 mV for 1 A load current change (1 
mV when using rear interface output with remote sensing) 
Voltage PARD (Ripple and Noise) — 10 mV p-p. 20 Hz to 20 
MHz 

Voltage Resolution — 10 mV ± 10 mV (typ ± 2 mV) to 
10 0 V 100 mV ± 40 mV (typ ±10 mV) >10.0 V. 

Load Transient Recovery — 500 *s to recover within 20 
mV of nominal value for a 1A change 

Voltage Change Response Time — 1 ms for up or down 
change. 20 ms for down change with no load 
Current Limit Range — 50 mA to 0.75 A (1.60 A at 15 V and 
below) in high power compartment; 50 mA to 400 mA (0.750 A 
at 15 V and below) 

Current Limit Accuracy — ± (5% + 20 mA) overall; 1 1 mA 
line regulation 1 10 mA load regulation Output impedance is 
typically 5 kfl shunted by 20 pF. 

Current Mode PARD (Ripple and Noise) — 10 mA p-p. 20 Hz 
to 20 MHz 

Current Change Response Time — 20 ms up or down 
Current Resolution — 50 mA ±15 mA. 

LOGIC SUPPLY 

Voltage Range — + 4.50 to + 5.50 V. ground referenced 
Voltage Accuracy — i 50 mV overall; ± 1 mV line regulation. 
♦ 10 mV for 1 A load current change (1 mV when using rear 
interface output with remote sensing) 

Voltage PARD (ripple and noise) — 10 mV p-p. 20 Hz to 20 
MHz 

Voltage Resolution — 10 mV ± 10 mV (typ ±2 mV). 

Load Transient Recovery — 500 nS to recover within 20 mV 
of nominal value 

Current Limit Range — 100 mA to 3.0 A (Foldback character- 
istic below 4 5 V. maximum short circuit current is <1.5 A). 
Current Limit Accuracy — ±(5% +20 mA). 

Current Resolution — 100 mA ±30 mA 

Scaled Current Output — 10 mA = 2 mV ±(2% +1 mV) 

available at rear interface (not ground referenced) 

Overvoltage Protection — SCR crowbar typically trips at 6 7 V 

OTHER CHARACTERISTICS 
Operating Temperature — 0“C to +50°C 
Storage Temperature — 55°C to +75°C 

Operating Altitude — 4 6 km (15.000 ft) 

Storage Altitude — 15 km (50 000 ft) 

Power Consumption — 250 VA max in high power compartment 
200 VA in standard compartment 



Order PS 5010 Power Supply $2500 




TCI/ POWER 
I Ll\ SUPPLIES 



GENERAL PURPOSE 
INSTRUMENTS 



CHARACTERISTICS COMMON TO 
PS 501-1, PS 503A 

JO V FLOATING SUPPLY 

Primary Power Input — Determined by mainframe (TM 501 , 
TM 503, etc). 

Output — Floating, isolated for 350 V dc + peak ac above 
ground 

Stability — Typically (0.1% +5 mV) or less dnft in 8 hours of 

constant line. load, and temperature 

Indicator Lights — Voltage vanation and current limit. 

+ 5 V GROUND-REFERENCED SUPPLY 
Output — 5 V nominal. ± 0.25 V at 1 A 
Load Regulation — Within 100 mV with a 1 A load change 
Line Regulation — Within 50 mV for a 10% line voltage 
change 

Ripple and Noise (1 A) — 5 mV p-p or less. 20 Hz to 5 MHz 
Stability — Typically 30 mV or less drift in 8 hours. 

Overload Protection — Automatic current limiting and over- 
temperature shutdown 



PS 503A 




Triple Power Supply 

PS 503A 



Independent + and — Controls 



Dual Tracking Voltage Control 

0 to ±20 V at 1 A (in High-power 
Compartment) 

Fixed Output + 5 V @ 1 A 

Remote Resistance Programming 

Over-Voltage Protection Standard 
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The PS 503A features superior dual tracking per- 
formance. over-voltage protection, and remote re- 
sistance programming of voltage. When operated 
in the high-power compartment of a TM 504 or 
TM 506 Mainframe, the PS 503A provides up to 1 
amp from both 0 to 20 volt supplies. 

±20 V FLOATING SUPPLIES 

Outputs — 0 to ± 20 V dc with respect to the common termi- 
nal or 0 to 40 V dc across the ± and - terminals. Outputs can 
be varied independently or at a constant ratio. 

Maximum Rated Current — 400 mA (1 A in high power com- 
partment to 4 30°C derating to 300 mA (750 mA) at ±50°C. 
Tracking Mode Offset Error — If the two supplies are set 
independently to any given voltage ratio and then varied by use 
of the VOLTS DUAL TRACKING control, the two supplies will 
maintain the same voltage ratio as initially set within ± 50 mV. 
Current Limit — Adjustable from <100 mA to 1 A (high-power 
compartment) or <40 mA to 400 mA (standard compartment) 
on each supply 

Load Regulation — Within 3 mV for 1 A change (high-power 
compartment) or 1 mV for 400 mA change (standard 
compartment) 

Ripple and Noise — 3 mV p-p or less at 1 A load (high-power 
compartment) 0.5 mV p-p or less at 400 mA load (standard 
compartment) 

Indicators — Individual voltage indicators and current limiting 
indicators for both ± and - supplies Standard compartment 
(400 mA) indicator. 

Order PS 503A Power Supply $540 



PS 501-1 




•»2 




Power Supply 

PS 501-1 



Floating Output, 0-20 V 
0 to 400 mA 
Precise Regulation 
Low Ripple and Noise 
Fixed Output + 5 V @ 1 A 
3 1/2 Digit Ten Turn Dial 



The PS 501-1 features precise regulation and bet- 
ter than 2 mV resolution (setability) over a 0 to 20 
V range 

Output — 0 to 20 V dc 

Maximum Rated Current — 400 mA to +30°C derating to 
300 mA at ± 50°C. 

Accuracy — ±(0.5% ± 10 mV). 

Current Limit — <40 to 400 mA. 

Line Regulation — Within 5 mV for a ±10% line voltage 
change 

Load Regulation — Within 1 mV for a 400 mA load change 
Ripple and Noise — 0.5 mV p-p or less. 20 Hz to 5 MHz. 
Temperature Coefficient — Typically <(0.01% ±0.1 mV) per 
•C. 

Minimum Resolution — Typically 1.6 mV. 

Transient Recovery Time — 20 or less to recover within 20 
mV of final output voltage after a 400 mA change in output 
current 

Order PS 501-1 Power Supply $430 







TniS general purpose 

I LIN INSTRUMENTS 



DIGITAL LATCH, DIGITAL DELAY, 
WORD RECOGNIZER 



DL 502 



m 



• <mm uni 




Digital Latch 

DL 502 



16 Channel Latching Capability 

Captures Glitches as Narrow as 5 ns at 
Probe Tips 

Allows Expansion of Information Time Frame 
TM 500 Compatibility 



The DL 502 Digital Latch extends the logic ana- 
lyzer’s measurement capabilities. The Digital 
Latch aids in detecting narrow pulses in a data 
stream that cannot be captured by a logic analyz- 
er alone The 16 channel latch captures asynchro- 
nous glitches of less than one sample interval or 
as narrow as 5 ns. 

In asynchronous measurements without latching 
capability, high speed data anomalies go unde- 
tected if they do not appear on a clock edge The 
DL 502 Digital Latch captures the glitch and holds 
it until the next clock edge, then expands and 
displays it for one sample interval. 

CHARACTERISTICS 

Minimum pulse width to initiate latch — 5 ns 

Minimum amplitude to Initiate latch — 500 mV centered at 

threshold 

Minimum sample interval asynchronous clock — 50 ns 

Order DL 502 Digital Latch $1600 

Standard accessories include instruction manual. 6 inch BNC 
cable 



DD 501 



DD 501 



Digital Events Delay 
Delay to 99,999 Events 
Divide by N up to 20 MHz 
Pulse Counting to 65 MHz 
Time Delay with Ext Clock 




Digital Delay 



WR 501 







Word Recognizer with Digital Delay 



Compatible with Most 
Attenuator Probes 



The DD 501 is an events count or count down 
plug-in unit. The unit counts a predetermined 
number of events, from 0 to 99,999, selected 
by the front-panel thumb-wheel switches. The 
DD 501 can also function as a frequency divider, 
or it can be used in a "counted burst" mode with 
pulse or function generators that can be synchro- 
nously gated. Tektronix generators capable of be- 
ing gated by the DD 501 are the FG 501, FG 502, 
FG 504, FG 507, FG 5010, PG 508 and the PG 507 

EVENTS DELAY 
Count — 10 to 99.999 events 
Max Count Rate — 65 MHz 

Insertion Delay — 30 ns or less from final event to trigger 
output pulse 

Recycle Time — 50 ns or less 
Reset — Manually resets delay counter 

INPUT CHARACTERISTICS 

(All characteristics apply to both events and start inputs) 

Input Impedance — 1 MU. 20 pF. 

Slope — Either + or -, selectable 
Sensitivity — 85 mV p-p @ 30 MHz 
Frequency Response — Up to 65 MHz at 120 mV sensitivity 
Minimum Detectable Pulse Width — 5 ns. 

Threshold Level Range — From - 1 .0 V to + 1 .0 V ( — 1 0 V to 
+ 10 V with 10X probe). Can be externally programmed or 
monitored at front panel jacks. 

Trigger View Out — Threshold detector output, at least 0.5 V 
(200 fi or less source impedance) 

Events Triggered Light — Visual indication that events are 
being detected 

Start Triggered Light — Visual indication that delay is in 
progress 

TRIGGER OUTPUT 

Pulse Width — Width of events pulse plus 6 ns or less. 
Voltage Swing — + 0 8 V or less to at least + 2.0 V with 3 
TTL loads ( ^ 5 mA). 

Light — Indicates output trigger 

GENERAL 

Temperature — Operating: 0°C to +50°C. Nonoperating 
40°C to + 75°C. 

Altitude — Operating: to 15.000 ft. Nonoperating: to 50.000 
ft. 

$1170 



WR 501 

The WR 501 is a 16 bit parallel Word Recognizer 
with digital delay that produces trigger pulses 
when a preselected word occurs. It occupies one 
plug-in position in any TM 500 Series Power Mod- 
ule Mainframe. 

The WR 501 may also be used separately as a 
word recognizer to generate triggers for 
oscilloscopes or other measurement instruments. 
It gives you fast access to any unique word in the 
data stream. 

WORD RECOGNIZER (WR 501) 

Inputs — 15 data inputs plus a clock and qualifier 

Word Selection — Made using sixteen three-position toggle 

switches. Positions are HI. (don t care), and LO. 

Qualifier — Can expand the word recognizer to 17 bits, act as 
a gate for the external clock or do both 
Clock — Selects positive- or negative-going edge of clock in- 
put signal Used for synchronous operation 
Modes — Front panel selection of snychronous word recogni- 
tion (a trigger is produced only when the operator selected 
word occurs at a clock edge, either position, positive or nega- 
tive edge, may be selected), or asynchronous word recogntion 
(a trigger is produced anytime the recognized word occurs). 
Synchronous Mode — 

Minimum set-up time 18 ns 
Minimum Hold time 0 ns 
(Filter is automatically disabled) 

Asynchronous Mode and Filter — Minimum coincidence time 
•s variable from 1 5 ns or less to 200 ns or more. 



Order WR 501 Word Recognizer $2000 




The DL 502 Digital Latch and l MR 501 Word Recognizer are 
TM 500 Plug-ms compatible with all Tektronix Logic Analyzers 
(see page 55) 



Order DD 501 Digital Delay 








TPK pulse 

I LllA GENERATORS 






The TM 500 Pulse Generator family offers a wide 
variety of capabilities suitable for most pulse 
testing applications Whether testing wide band 
systems, simulating data transmission signals, or 
driving a laser, the versatile TM 500 Pulse Gener- 
ators have the capabilities to meet your needs 

Particularly important in today’s digital world is 
the capability to generate a variety of pulse 
signals compatible with the key logic families. 

The newest addition to the TM 500 Pulse Gener- 
ator family, the PG 507, features complementary 
dual outputs making it ideally suited for digital 
applications The dual output feature is particular- 
ly useful when working with ECL logic families. 

Similar to the PG 507 Pulse Generator is the 50 
MHz PG 508 featuring independently variable rise 
and fall times. The PG 508 s high level perfor- 
mance and versatility cover a broad range of test 
and measurement applications. 

The PG 507 or PG 508 s accurate 50 ft output 
impedances deliver clean signals into logic fam- 
ilies, reactive loads, or at the end of an 
unterminated cable These 50 MHz multipurpose 
generators are also designed for high level perfor- 
mance on high impedance circuits (MOS, HTL, 
and CMOS logic). 

In 50 ft systems, our PG 501 and PG 502 are 
designed to be compatible with common digital 
integrated-circuit families, (TTL, DTL and ECL), in 
repetition rates, amplitudes and transition times. 

Our PG 505 100 kHz Pulse Generator features 
custom timing positions to allow addition of inter- 
nal capacitors to custom-selector extend pulse 
period and duration. 

Our TM 500 Pulse Generators' wide range of 
features afford you ease of operation, even on 
the most challenging test and measurement 
problems 



PULSE GENERATORS - 





PG 507 


PG 508 


Pulse Period 


< 20 ns to > 200 ms (50 MHz to 5 Hz) 


Pulse Duration 


<10 ns to >100 ms 


Duty Factor 


>70% to 0.2 ms period, >50% at 20 ns period 


Square Wave Mode 


YES 


YES 


Pulse Delay 


<10 ns to >100 ms 1 


<10 ns to >100 ms’ 


Duty Factor 


>70% to 0.2 ms period, >50% at 20 ns period 


Double Pulse 


YES 


YES 


Transition 

Times 


Fixed, <3.5 ns, 
<4 ns @ >5 V 


<5.5 ns to >50 ms, Independently 
variable up to 100:1 


Aberrations 


<5% p-p +25 mV 
into 50 O load 


<5% p-p +50 mV for pulse 
within ±5 V into 50 ft load 


Amplitude: Into 50 ft 


^ 7.5 V p-p, ±7.5 V window 


>10 V p-p, ±10 V window 


Open Ckt 


>15 V p-p, ±15 V window 


>20 V p-p, ±20 V window 


Source Impedance 


50 n 


50 ft 


Simultaneous Outputs 


YES, complementary 


NO 

■ 


Pulse Coincidence 


<1 ns at 50% amplitude 


NA 


Output Controls 


Independent pulse top and pulse bottom, normal or PRESET 


Normal/Complement 


YES, both outputs 


YES 


Positive/Negative 


NO 


NO 


Remote Amplitude 


Rear interface inputs 


Rear interface inputs 


Locked On Mode 


NO 


NO 


Back Termination 


Always back terminated 


Always back terminated 


External Input 


1 Mft or 50 ft input impedance 


1 Mft or 50 ft input impedance 


Trigger Level 


-3 V to +3 V, 80 mV p-p sensitivity to 10 MHz 
250 mV p-p to 50 MHz TRIG’D/GATED light 


Slope 


+ or — 


+ or — 


Trigger Mode 


YES 


YES 


Manual Trigger 


YES 


YES 

I 


Duration Mode 


YES 


YES 


Gate Mode 


YES 


YES 


Counted Burst 


YES, with DD501 1 


YES, with DD 501 J 


Trigger Output 
(50% squarewave 
or follows external 
signal 2 ) 


> + 2 V from 50 ft approx. 35 ns prior to pulse output 
(23 ns in square wave or EXT DUR modes) 


Custom Timing 
Positions 


User installed capacitors 


■ 

User installed capacitors 


Control Error Light 


YES 


YES 


Temperature 


0°C to +50°C Operating, — 55°C to +75°C Non-operating 



(1) Add 60 ns for delay from external trigger. 

(2) PG 505 trigger output follows pulse output. 

(3) Exact count to 20 MHz, usable to 50 MHz. 
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PG 501 


PG 502 


PG 505 


< 20 ns to > 200 ms (50 MHz to 5 Hz) 


<4 ns to >100 ms (250 MHz to 10 Hz) 


< 1 0 /xs to >1 s (100 kHz to 1 Hz) 


<10 ns to >100 ms 


<2 ns to >50 ms 


<5 ms to >0.5 s 


> 70% to 0.2 ms period, > 50% at 20 ns period 


>50% 


approaches 100% 


NO 


YES 


NO 


Fixed, 20 ns from external trigger 


Fixed, 17 ns from external trigger 


Anywhere along +10 V external ramp 


NO 


NO 


NO 


Fixed, <3.5 ns 


Fixed, <1.0 ns 


< 1 ms to > 20 ms. Independently 
variable up to 20:1 


Within 3.5% at 5 V into 50 n load 


Within 5% at 5 V p-p (durations >5 ns) 


Within 5% at max output into 4 kft, 20 pF load 


>5 V 


5 V, ±5 V window 


typ +1 V or — 1 V 


not specified 


5 V, ±5 V window 


>+80 Vor >-80 V 


not specified 


1 kft or 50 ft 


4 kft 


YES, positive and negative 


NO 


NO 


<1 ns at 50% amplitude 


NA 


NA 


Independent amplitude 

controls for -f and — outputs, no offset 


Independent pulse top and pulse bottom 


Amplitude control, no offset 


NO 


YES 


NO 


NO 


NO 


YES 


NO 


NO 


NO 


YES 


NO 


YES 


NO 


YES.switchable 


NO 


50 ft input Z 


50 ft input Z 


10 kft input Z 


+ 1 V required 


+ 1 V required 


+ 0.5 Vto +10 V 


+ Only 


+ Only 


+ Only 


YES 


YES 


YES 


NO 


YES 


NO 


YES 


YES 


YES 


NO 


NO 


NO 


NO 


NO 


NO 


> +2 V from 50 ft, approx. 8 ns 
prior to pulse output 


> +2 V from 50 ft, approx. 10 ns 
prior to pulse output 


> +4 V from 200 ft 


NO 


NO 


User installed capacitors 


NO 


NO 


NO 



0°C to +50°C Operating, — 55°C to +75°C Non-operating 
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GENERATORS 



PQ 508 




50 MHz Pulse Generator 



PG 507 




50 MHz Dual Output Pulse Generator 



PG 507/PG 508 

Common Characteristics 



5 Hz to 50 MHz Plus Custom Range 

Delay and Double Pulse Capability 

Independent Pulse Top and Bottom Level 
Controls 

True 50 ft Output Impedance for Clean 
Waveforms 



Control Error Light Warns of Improperly 
Set Switch or Variable Controls 

3 State Trigger Light Indicates Proper 
External Triggering 

Selectable 1 Mft/50 ft Trigger Input 
Impedance for Optimum Match to Circuitry 
— Lets You Use Your Scope Probe 



The PG 507 and PG 508 combine TM 500 
configurability with state-of-the-art capabilities. 
Their high-level performance and unique versatil- 
ity cover a broad range of test and measurement 
applications and logic design functions in MOS, 
CMOS, TTL and ECL. 



With an output of up to 15 V p-p for the PG 507 
and 20 V p-p for the PG 508, both instruments 
also feature independent controls for output per- 
iod, delay and duration times Other features 
include selectable 1 Mft/50 ft trigger input imped- 
ance, a control error light, a 3 state trigger/gate 
light, and preset or external control of output 
voltage levels. 

Simply pushing the preset button can change the 
output from variable top and bottom controls to 
front panel screwdriver adjustments, or track 
external supply voltages. 

The complement mode of either generator allows 
an output duty cycle range approaching 100% to 
be conveniently set up with more accuracy, range 
and stability. 

You can gate the PG 507 or PG 508 with a 
positive- or negative-going signal, or by pressing 
the MAN button. Or dial up a predetermined 
number of pulses in a burst by adding the 
DD 501s independent digital delay capabilities 
for Counted Burst mode; especially useful for 
testing circuits at different frequencies with the 
same number of pulses. 

And there’s more; with the trigger input switched 
to 1 Mft impedance, you can explore circuitry 
using a IX or 10X scope probe The PG 507 or 
PG 508 can be usedas a pulse regenerator, logic 
level translator, or sine wave to pulse converter. 

The PG 507's and PG 508’s output is capable of 
driving MOS, CMOS, DTL, HTL PL, PL or ECL. 



PG 507 



Dual Outputs with Tracking Level Controls 

Normal or Complement Pulse Output on 
Both Channels 

15 V Output in a ±15 V Window into Hi 
Impedance, 7.5 V into 50 ft 

3.5 ns Rise/Fall Time 



The PG 507 is a high performance, 50 MHz pulse 
generator designed specifically for logic design 
applications 

The PG 507 features complementary dual outputs 
which greatly increase its applicability in logic 
design areas, especially interfacing within sys- 
tems or to peripherals. For instance, the comple- 
mentary outputs allow simulation of line drivers or 
opposite phase clocks. 

The PG 507 also offers versatility to the design 
engineer in an analog environment. For example, 
the dual outputs can be used to test differential 
input amplifiers or multiplexers. 

The PG 507 features four output modes: normal 
complement mode (Channel A output positive 
going, Channel B output negative going), oppo- 
site phase complement mode (Channel A output 
negative going, Channel B output positive going), 
simultaneous negative mode (Channel A output 
negative going, Channel B output negative go- 
ing), and simultaneous positive mode (Channel A 




PG 507 trigger output and outputs switch- 
ed to complementary mode. 




PG 507 trigger output and outputs switch- 
ed to positive going mode. 




PG 508 output with tall times set 100 
times longer than rise time • 




PG 508 output In paired pulse mode with 
rise and fall times set equally. 
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output positive going, Channel B output positive 
going) 

In addition, the Output High Level and Low Level 
voltage controls track between channels, making 
amplitude settings easy. 

This unique output flexibility within the normal and 
complement modes is particularly useful in logic 
design or control applications requiring simulta- 
neous signals 



ORDERING INFORMATION 

PG 507 50 MHz Pulse Generator $1810 

DP 501 Digital Delay (page 267) $1170 



P6062B and P6108 Probes are recommended 



PG 508 



Independently Variable Rise and 
Fall Times to 5 ns 

20 V Output in a ±20 V Window to 
Hi Impedance, 10 V into 50 Q 



Normal or Complement Output 



The PG 508 50 MHz Pulse Generator is a highly 
versatile, general purpose pulse generator The 
circuitry of the PG 508 is designed so that rise 
and fall waveforms closely simulate real world 
waveforms. This capability is particularly useful in 
research and development applications demand- 
ing versatility in rise and fall times like testing of 
amplifiers, slew rate testing, comparator simula- 
tion and logic circuitry performance tests 

For example, controllable rise and fall times are 
extremely desirable when working with CMOS 
where logic power consumption increases with 
slower rise times Also, variable rise and fall times 
are used to reduce ringing (transient distortion) 
problems associated with too fast a pulse. 

The PG 508 features a vernier control on the nse 
and fall times controllable from 100 to 1 This 
completely overlaps the next decade range and 
increases the PG 508' s versatility in applications 
simulating different rise and fall times, especially 
the output of nonlinear devices This overlap 
feature can also be used to generate a ramp 
signal or simulate unequal slew rates in an 
amplifier 

Also adding to the simplicity of using the PG 508, 
is the capability of changing output amplitude 
while variable rise and fall times remain constant. 



ORDERING INFORMATION 

PG 508 50 MHz Pulse Generator $1810 

PG 508T 50 MHz Pulse Generator $2095 

(includes PG 508. TM 503 Mainframe, and 016-0195-03 blank 
panel) 

For counted Burst, order the 

DD 501 Digital Delay (page 267) $1170 

Suggested 10 in BNC 50 Q cable (2 req) for interconnecting PG 
508 and DD 501 : 

012-0208-00 $17 




PG 502 




250 MHz Pulse Generator 



PG 505 




100 kHz Pulse Generator 



PG 501 



PG 505 



5 Hz to SO MHz 

Simultaneous Plus and Minus Outputs 
5 V and 3.5 ns into 50 Q 
Independent Period and Duration Controls 
Trigger Out 



1 Hz to 100 kHz 

Independently Variable Duration and Period 
80 V Output 

Variable Rise Time and Fall Time 
Delay Mode 



The PG 501 is a 50 MHz Pulse Generator featur- 
ing simultaneous plus and minus outputs; a wide 
range of pulse period durations, and duty factors; 
trigger output and external trigger/duration input 
Its performance and ease of operation make it 
well-suited to basic digital and analog 
applications. 

Order PG 501 50 MHz Pulse Generator . $650 



PG 502 



10 Hz to 250 MHz 



1 ns Rise Time 



5 V OutPut ±5 V Window 

Independent Pulse Top and Bottom Level 
Controls 

Selectable Internal Reverse Termination 



Manual Trigger Button 



The PG 502 (250 MHz Pulse Generator) features: 
fast rise and fall times; independent top and bot- 
tom pulse levels; and adjustable pulse duration 
The fast rep rate makes the instrument ideal for 
design and testing of fast logic and switching 
circuits. 



The PG 505 Pulse Generator features: floating 
output; independently adjustable rise and fall 
times; external control of period or penod and du- 
ration A special position on the pulse period and 
pulse duration controls allows addition of an inter- 
nal capacitor to custom-select pulse period and 
duration When driven from an externally supplied 
0 to 10 volt ramp, the delay control of the PG 505 
permits the output pulse to occur at any selected 
voltage point on the ramp, thus providing control- 
lable time delay to any set time along the ramp 

Order PG 505 100 kHz 

Pulse Generator $840 



MANUAL (ONE-SHOT) TRIGGER 
GENERATOR 

The Manual (one-shot) Trigger Generator is used 
for manually initiating a pulse or complete train of 
events with instruments which do not have a 
manual trigger button or where a remote oper- 
ation capability is desired, such as with some 
oscilloscopes and the PG 501, PG 505, and 
RG 501 

Order 016-0597-00 $125 



P6062B and P6108 Probes are recommended 



Order PG 502 

250 MHz Pulse Generator 



$2310 
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For full programmability and IEEE-488 compatibil- 
ity, select the new FG 5010 Microprocessor 
based 20 MHz function generator featuring: 10 
complete stored front panel setups, counted 
burst and phase lock capabilities as well as 
programmable symmetry and phase Basic fre- 
quency accuracy is 0.1% and all signals can be 
AM and FM modulated. 

For applications demanding logarithmic or linear 
sweep the FG 507 offers an accurate and versa- 
tile solution. The low distortion of the FG 507 
(0.25%), combined with log and lin sweep is 
particularly useful in audio and communications- 
oriented applications. 

For low-frequency function generator applica- 
tions, set the FG 501A, FG 502, FG 503, or FG 507 
to work on biological, geophysical and mechani- 
cal simulations or on servo systems. 

Applying an external ramp to the vcf (Voltage 
Controlled Frequency) input, allows our function 
generators to double as sweep generators. The 
vcf input fed from a low- level modulating signal 
can produce a frequency-modulated carrier The 
FG 507 and FG 504 have sweep capabilities 
conveniently built in that simplify setting up start 
and stop frequencies in addition to providing 
logarithmic sweep. 

Sweeping wide frequency ranges (100:1 or great- 
er), with logarithmic sweep allows you to spread 
out lower octaves, sweep a full range in less time, 
and produce easy-to-read Bode plots and 
graphs 

You can control the starting phase of a waveform 
with the FG 501A, FG 504, FG 507 and FG 5010 in 
the gated (burst) or triggered mode A gated or 
triggered waveform efficiently tests tone-con- 
trolled systems, loud speaker transient response 
characteristics, automatic gain control circuits, or 
other amplitude sensitive systems. 

The FG 504 s phase lock mode feature lets you 
convert digital signals to high or low voltage sine 
waves, pulses, or triangles; ideal for locking the 
function generators output to a house or system 
frequency standard. With the DD 501 Digital 
Delay Generator in the "divide by n" mode, the FG 
504 can be locked to your frequency reference at 
a lower frequency. 

When your test and measurement problems re- 
quire more waveforms for more applications, the 
high performance TM 500 Function Generators 
are a versatile solution singly or in combination 
with one another. 



I') + 15°C to + 35°C ambient 

W + 20°C to +30°C ambient 

( J )20 Hz to 20 kHz modulation frequency 

WFG 504 requires forced air circulation above + 40°C 

t 5 > Fully Programmable 

(^1 IEEE 488 Compatible 

PlPercent of indicated frequency 

(•(Absolute voltage accuracy 

PISeparate FM function provided (1%/V) 



FUNCTION GENERATOR: 



FG 501 A FG 507 



Waveforms 


Sine, Square, Triangle, Pulse & Ramp with variable symmetry 


Symmetry 


<5% to >95% Variable 


<5% to >95% Variable 

“ 1 


Frequency Range 


0.002 Hz to 2 MHz 

200 kHz ±10% with variable symmetry on 


0.002 Hz to 2 MHz 

200 kHz ±10% with variable symmetry on 


Dial Accuracy 
(% of Full Scale) 


Within 3% 


Within 3% 

Within 5% in sweep mode* 


Custom Frequency Range 


NO 


NO 


Frequency Stability 
(% of Full Scale) 


<0.05% for 10 min., <0.1% for 1 hour, <0.5% for 24 hours, constant temperature 


Amplitude: Open Circuit 


30 V p-p 


30 V p-p 


Into 50 0 


15 V p-p 


15 V p-p 


Attenuator 


0 to —60 dB in 20 dB Steps 

>20 dB additional with AMPL control 




Offset: Open Circuit 


±13 V dc. Step attenuator decreases offset 




Into 50 Q 


±6.5 V dc, Step attenuator decreases offset 




Pk Sig + Offset: 
Open Circuit 


±15 V 


±15 V 


Into 50 n 


±7.5 V 


±7.5 V 


Output Impedance 




50 n 


Amplitude S|ne 

Flatness wave 

(10 kHz ref, 

50 12 load) 


±0.1 dB 20 Hz to 20 kHz 
±0.5 dB 20 kHz to 1 MHz 
±1 dB 1 MHz to 2 MHz 


±0.1 dB 20 Hz to 20 kHz 
±0.5 dB 20 kHz to 1 MHz 
±1 dB 1 MHz to 2 MHz 

1 


Triangle 


±0.5 dB 20 Hz to 200 kHz 
±2 dB 200 kHz to 2 MHz 


±0.5 dB 20 Hz to 200 kHz 
±2 dB 200 kHz to 2 MHz 


Square 

wave 


±0.5 dB 20 Hz to 2 MHz 


±0.5 dB 20 Hz to 2 MHz 


Sine wave Distortion 
(Maximum output, 

50 12 load) 


<0.25% 20 Hz to 20 kHzP) 
<0.5% 20 kHz to 100 kHz 
Harmonics < —30 dB, 100 kHz 
to 2 MHz 


<0.25% 20 Hz to 20 kHzP) 
<0.5% 20 kHz to 100 kHz 
Harmonics < —30 dB, 100 kHz 
to 2 MHz 


Square Wave 
Response 


<25 ns rise/fall 
<3% p-p aberrations 


<25 ns rise/fall 
<3% p-p aberrations 


Triangle 
Linearity 
(10% to 90%) 


>99% 20 Hz to 200 kHz 
>97% 200 kHz to 2 MHz 


>99% 20 Hz to 200 kHz 
>97% 200 kHz to 2 MHz 


Trigger Output 


> +4 V from 50 fl 




External Input 


Impedance ^2 k ft 
Trigger threshold level 
+ 1 V ±20% 


Impedance sr2 kl2 
Trigger threshold level 
+ 1 V ±20% 


Trigger 


±90° variable start phase control 


±90° variable start phase control 


Gate 


±90° variable start phase control 


±90° variable start phase control 


Phase Lock 


NO 


NO 


Counted Burst 


With DD 501 


With DD 501 


Internal Sweep 


NO 


Logarithmic or Linear, Separate 
Start/Stop Dials 


Duration 




1 ms to 100 s 


External Trigger 




+ 1 V ±20% trigger level 
zz2 KO input impedance 


Ramp Output 


NA 


<0.3 V to +10 V from 1 KO ±5% 


Gate Output 




> +4 V from 50 0 


Other Modes 




Manual Sweep Trig 
Manual Sweep 
Sweep and Hold 


Amplitude 

Modulation 


NO 


NO 


Voltage Controlled 
Frequency (FM) 


Up to 1000: 1 Frequency change with 10 V external signal. 
Slew rate >0.3 V/ms, 10 kfl input impedance. 


Nominal Hz/Volt 
sensitivity 


2 x Frequency MULTIPLIER setting 


4 x Frequency MULTIPLIER 


Output Hold Mode 


NO 


NO 


Temperature! 4 ) 


0°C to +50° Operating, — 55°C to + 75°C non-operating 
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FG 504 


FG 502 


FG 503 


HS FG 5010(>H*) 


Sine, Square, Triangle, Pulse & 
Ramp with variable symmetry 


Sine, Square, Triangle Pulse, or Ramp 


Sine, Square, Triangle 


Sine, Square, Triangle, Pulse 4 
Ramp with variable symmetry 


7% to 93% Variable 


5%, 50%. 95% Fixed 


50% Fixed 


10% to 90%, 1% steps 


0.001 Hz to 40 MHz 
4 MHz nominal with var symm on 


0.1 Hz to 11 MHz 
Pulse 4 Ramp, 1.1 MHz 


1.0 Hz to 3 MHz 
Usable 0.01 Hz to 5 MHz 


0.002 Hz to 20 MHz 


Within 3% to 4 MHz’ 
Within 6% to 40 MHz’ 


Within 3% to 1 MHz 
Within 5% to 10 MHz 


Within 5% 


Within 0 1% 

Digital LED Display 


Shipped with capacitor for 20 Hz to 20 kHz 


NO 


With user-installed capacitor 


NA 


<0.05% for 10 min., <0.1% for 1 hour, <0.5% for 24 hours, constant temperature 


<.05% for 1 hr., .05% for 24 hrs. (<.1% 
In trigger, gate, burst mode >200 Hz)( 7 l 


30 V p-p 


10 V p-p 


20 V p-p 


20 V p-p 


15 V p-p 


5 V p-p 


10 V p-p 


10 V p-p 


0 to —5 dB in 10 dB steps 
<10 mV p-p with VAR conrtol 


Variable control only 


Variable control only 


Digital Control of fixed and Var 
10 mV p-p into 50 i 1 


±7.5 V dc 


±5 V dc 


±7.5 V dc 


±7.5 V dc 


±3.75 V dc 


±2.5 V dc 


±3.75 V dc 


±3.75 V dc 


±20 V 


±10 V 


±15 V 


±15 V 


±11.25 V 


±5 V 


±6 V 


±7.5 V 


50 ft 


50 n 


50 ft 


50 ft 


±0.5 dB 0.001 Hz to 40 kHz 


±0.5 dB 20 Hz to 20 kHz 
±1.5 dB 0.1 Hz to 11 MHz 


±0.5 dB 20 Hz to 20 kHz 
±2 dB 0.1 Hz to 3 MHz 


±3.0% to 5 MHzl'H'l 
+ 5%-10% to 20 MHzl'l 


±2 dB 40 kHz to 40 MHz 


±3 dB referenced to Sine wave 


±1 dB referenced to Sine wave 


±2% to 500 kHzl'l I'l 
+ 2%, -3.5% to 1 MHzl'l 
+ 3%, -5% to 5 MHzl'l 
+ 5%, -20% to 20 MHzl'l 


±0.5 dB to 20 MHz 
±2 dB to 40 MHz 


±2% to 1 MHzl'H'l 
±3% to 5 MHzl'l 
±5% to 20 MHzl'l 


<0.5% 20 Hz to 40 kHzl'l 
Harmonics: 

< -30 dB 40 kHz to 1 MHz 

< -20 dB 1 MHz to 40 MHz 


<0.5% 10 Hz to 50 kHzl 2 i 

Harmonics < —30 dB at all other frequencies 


<0.5% 1 Hz to 30 kHz 
<1.0% 30 kHz to 300 kHz 
<2.5% 300 kHz to 3 MHz 


<0.5% 20 Hz to 19.99 kHzl'l 
<1.0% 20 kHz to 99.99 kHz 
100 kHz to 20 MHz Harmonic 
greater than —30 dB 


<6 ns rise/fall fixed 10 ns to 100 ms variable 
<5% p-p +30 mV aberrations 


<20 ns rise/fall 
<3% p-p aberrations 


<60 ns rise/fall 
<3 p-p aberrations 


<10 ns rise/fall 
<5% p-p aberrations 


>99% 10 Hz to 400 kHz 
>95% 400 kHz to 40 MHz 
typ > 98% 0.001 Hz to 10 Hz 


>99% 0.1 Hz to 100 kHz 
>97% 100 kHz to 1 MHz 
>95% 1 MHz to 11 MHz 


>99% 1 Hz to 100 kHz 
>95% 100 kHz to 3 MHz 


>98% to 2 MHz 
>90% to 20 MHz 


> +2 V from 50 ft 


+ 2.5 V to 50 0 load 


+ 2.5 V to 600 ft load 


+ 2 V from 50 ft 


Impedance >10 kft 
Sensitivity <1 V p-p 
Trigger level —1 V to +10 V 


Impedance ~ 1 kft 
> +2 V Gate Signal required 


NO 


1 Mft/50 ft internal setability 
0.0 V/0.5 V internal setability 


20 MHz maximum 

±80° start phase control to 10 MHz 


NO 


NO 


±90° variable start phase control 


Fixed 0° start phase 


NO 


±90°.variable start phase control 


100 Hz to 40 MHz 
±80° phase range 


NO 


NO 


20 Hz to 20 MHz 
(Auto Scan) 


With DD 501 


With DD 501 


NO 


1-9999 


Logarithmic or Linear, Separate 
Start/Stop Dials 


NO 


NO 


NO 


0.1 ms to 100 s 








+ 1 V +10 V trigger level 
1 V p-p sensitivity 








0 to +10 V from 1 kft 
±5% to 1 ms, ±10% 
<1 ms 


N/A 


N/A 


N/A 


NO 








Manual Sweep Trig 








100% with nominal 5 V p-p input 
Dc to 100 kHz modulation freq. 

<5% distortion to 4 MHz @ 70% 0) 
<10% distortion to 40 MHz @ 65%( J ) 


NO 


NO 


100% with nominal 5 V p-p signal input 
Dc to 100 kHz mod frequency 
<2% distortion to 2 MHz @ 70% 

<4% distortion to 20 MHz @ 70% 


Up to 1000: 1 Frequency change with 10 V external signal. 
Slew rate >0.3 V/ms. 10 kfl input impedance. 


Up to 1000: 1 frequencyl’l 
change with 10 V external input 


4 x Frequency MULTIPLIER 


1.1 x Frequency MULTIPLIER 


3 x Frequency MULTIPLIER 


10% of selected range 


0.001 Hz to 400 Hz 


NO 


NO 


0.002 Hz to 200 Hz 



0°C to +50° Operating, — 55°C to + 75°C Non-operating 



TPU' function 
I lLi\ generators 



FG 5010 




PROGRAMMABLE 

20 MHz FUNCTION GENERATOR 



An error correction circuit maintains fre- 
quency accuracy within 0.1% over the 
full 0.002 Hz to 20 MHz range. Automatic 
phase lock to an external signal is possi- 
ble from 20 Hz to 20 MHz. Output ampli- 
tude is programmable from 20 mV to 20 
V p-p from 50 ft and dc offset is 
programmable from 20 mV to 7.5 V. For 
dc voltage applications, offset only can 
be programmed Programmable 
waveform hold can freeze the output 
voltage of any 200 Hz or less waveform 
at its instantaneous value. Waveform 
complement and +/— trigger slope al- 
low interfacing to circuits with the proper 
waveform phase, especially important in 
pulse and digital applications 

The ability to store ten front panel set- 
ups reduces GPIB programming time 
and enhances stand-alone bench appli- 
cations. And the english-like GPIB com- 
mands reduce software development 
time. 



FG 5010 

[GPIB] 

I IEEE-4881 

The FG 5010 is designed to comply with IEEE 
Standard 488 1978, and with Tektronix Codes 
and Formats Standard 



0.002 Hz to 20 MHz, 4 digits 
20 mV to 20 V p-p, ±7.5 V Offset 
Sine, Square, and Triangle Waveforms 
10% -90% Variable Symmetry in 1% steps 
Pulses to 25 ns, 10 ns rise/fall 
Trigger, Gate, Burst, and Phase Lock 
AM, FM, and VCF 
Waveform Complement and Hold 



FG 5010 CHARACTERISTICS 

Waveform — Sine. Square and Triangle with vanabie Symme- 
try providing Pulses and Ramps 

Symmetry — 10% to 90%. 1% steps. ±2% accuracy. Range 
above 4 MHz is limited by 25 ns minimum tnangle transition 
time (decreases to 50% at 20 MHz) 

Frequency — Range: 0.002 Hz to 20 MHz Accuracy: Con- 
tinuous mode. ±0.1%. Trigger. Gate. Burst modes: frequency 
±200 Hz. ±0.1%; frequency >200 Hz, ±5.0%. Resolution: 
Continuous mode. 4 digits Trigger. Gate. Burst modes. Fre- 
quency ± 200 Hz. 4 digits. Frequency >200 Hz. 3 digits. 
Amplitude — Range: 20 mV to 20 V p-p open circuit; 10 mV 
to 10 V p-p into 50 if load. 



Accuracies — 





Sine 


Square 


Tnangle 


002 Hz to 500 kHz 


±3% 


±2% 


±2% 


500 kHz to 1 MHz 


±3% 


±2% -3.5% 


±2% -3.5% 


1 MHz to 5 MHz 


±3% 


±3% 


±3% —5% 


5 MHz to 20 MHz 


45% -10% 


±5% 


4 5% -20% 



From 4l5°Cto 4 35°C into 50 12 load at 50% symmetry. Res- 
olution 20 mV from 2.02 V to 20 00 V p-p. 2 mV from 202 mV 
to 2 000 V p-p. 0.2 mV from 20.0 mV to 200 0 mV p-p. 



The FG 5010 Programmable 20 MHz Function 
Generator is a two-wide TM 5000 module with 
versatile overall performance and an unusually 
high degree of programmability for many param- 
eters and settings. Its Sine, Square, and Triangle 
modes are optimized for superior waveform capa- 
bility and include trigger, gate, counted burst, 
phase lock, AM, and FM modes Variable symme- 
try that is usable to 20 MHz extends pulse and 
ramp capabilities beyond those of normal gener- 
ators; and variable phase enhances the triggger, 
gate, burst, and phase lock modes. 



Offset — Range: ± 10 mV to ±7.5 V open circuit; ±5 mV to 
± 3.75 V into 50 12 load Maximum peak signal plus offset is 
± 15 V open circuit. ± 7.5 V into 50 12 load Accuracy: < ±(1% 
of the selected offset, 4 1% of the signal p-p amplitude. + 20 
mV). Resolution 10 mV open circuit. 5 mV into 50 12 load 0 
volts is also provided. 

Output Impedance — 50 12. 

Sinewave Distortion — 20 Hz to 19 99 kHz. <0.5%. 20 0 kHz 
to 99 99 kHz. <1.0%; 100 kHz to 20.0 MHz. Harmonics great- 
er than 30 dB down. Valid from +15°C to +35°C into 50 12 
load with 0 V offset, continuous mode. 50% symmetry, and 
AM. FM. VCF. and Complement off. 

Squarewave Response — Risetime and Falltime are <10 ns. 
Aberrations are <5% p-p ±20 mV. 

Triangle Linearity (10% to 90%) — 0.002 Hz to 100 kHz. 
2*99%. 100 kHz to 2 MHz. 2*98% 2 MHz to 20 MHz. 2*90%. 
Trigger Output — 0 V ±100 mV to > 4 2V from 50 12 source 
impedance 
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TRIG. GATE. BURST, and PH LOCK INPUT 
Input Impedance — 1 M12 or 50 12. internally selectable 
Trigger Threshold — 0 V or 4 0.5 V. internally selectable 
Amplitude sensitivity — <250 mV p-p. 

Slope — Plus or Minus, plus only in PH LOCK. 

Minimum Pulse Width — 25 ns. 

Maximum Frequency — 20 MHz 

Maximum Input Amplitude — ±5 V pk into 50 12. ±20 V pk 
into 1 Mil. 

Burst Range — 1 to 9999 cycles. 

Phase Lock Range — Automatic capture from 20 Hz to 20 
MHz 

Phase Lock Time — Typically 8 ms to 88 sec. depending on 
final frequency and start frequency 

AM INPUT 

Input Impedance — 10 k!2. 

Sensitivity — 5 V p-p produces > 1 00% modulation 
Distortion — <2% at 70% modulation and <2 MHz. <4% at 
70% modulation and >2 MHz. 

Bandwidth — Dc to > 100 kHz. 

Maximum Input Amplitude — ±20 V pk 

FM INPUT 

Input Impedance — 10 k!2. 

Sensitivity — 0 to ± IV deviates center frequency > ±1%. 
Distortion — <2% 

Bandwidth — Dc to >100 kHz. 

Maximum Input — ±20 V pk. 

VCF INPUT 

Input Impedance — 10 k!2. 

Sensitivity — 0 to 10.0 V produces a >1000 1 frequency 
change, positive going voltage increases frequency 
Slew Rate — >0 063 V/ M s. 

Bandwidth — Dc to >100 kHz. 

Maximum Input — ±20 V pk. 

OUTPUT HOLD MODE 

Range — 0 002 Hz to 200 Hz. (Output holds at instantaneous 
value) 

PHASE (TRIG, GATE, and BURST modes) 

Range — ±90° to 1 MHz, decreasing to ±47° at 20 MHz. 
Accuracy — ±2° to 500 kHz; 

±(2° +( fre( l x 19% x jf)“) 

20 MHz 

From ± 15°C to 4 35°C. VCF off. output in Normal and sym- 
metrty at 50%. 

Resolution — 1 ° 

PHASE (PH LOCK MODE) 

From 4 15*C to 4 35*C. 

Range — ± 90° to 9 999 MHz; ± 50° from 10 MHz to 20 MHz 
(Complementing the output extends range) 

Accuracy — ± (2° ±5% of selected value) 

Resolution — 1 ° 

OTHER CHARACTERISTICS 
Operating Temperature — 0°C to 450°C. 

Storage Temperature 55°C to 4 75°C. 

Operating Altitude — 4.6 km (15.000 ft). 

Storage Altitude — 15 km (50.000 ft). 

Power Consumption — 60 watts. 

Net Weight — 6 2 lbs 

INCLUDED ACCESSORIES 

Extender Board Kit 067-0152- 00. Rear Interface Signal Cable] 
Kit 020-0701-00. Service Kit 067-1041-00 

Order FG 5010 20 MHz 

Function Generator $5200 





TEK 



GENERAL PURPOSE 
INSTRUMENTS 



FG 507 



FG 504 




2 MHz Sweeping Function Generator 

FG 507 

0.002 Hz to 2 MHz 
Includes all FG 501 A Features 
Logarithmic or Linear Sweep 
Separate Start/Stop Frequency Dials 





40 MHz Function Generator 

FG 504 



0.001 Hz to 40 MHz 



FG 507 triggered sweep mode with output gated on by sweep 



Three Basic Waveforms, 

Plus a Wide Range of Shaping 
with Variable Rise and Fall Times 
and Symmetry Controls 



Sweep Up or Down 
Sweep and Hold 
Manual Sweep 



The FG 507 features the same basic performance 
as the FG 501 A and adds flexible, easy-to-use log 
and linear sweep capability. 

The log sweep of the FG 507 is mathematically 
accurate and allows accurate frequency plots 
when using log scales, log paper, or a storage 
oscilloscope like the SC 503 Storage Oscillo- 
scope Separate start and stop frequency dials 
make frequency settings easy to set and inter- 
pret. The instrument can be internally or externally 
swept up or down and a third frequency control 
allows you to manually sweep between the preset 
start and stop frequencies without disturbing their 
settings This is especially convenient for examin- 
ing frequency and amplitude anomalies of a 
circuit under test or in setting start and stop 
points. The sweep generator can be swept and 
the sweep gate output can be used to gate 
(burst) the generator on for swept bursts. The 
sweep hold mode allows the generator to sweep 
to the stop frequency and remain there until 
released 

The accurate log/lin sweep capability of the 
FG 507 plus the low distortion, 0.25% over the 
audio range, make it ideally suited to audio 
testing 

Order FG 507 2 MHz Sweeping 

Function Generator $1300 



gate 




FG 507 in logarithmic sweep with sweep ramp and gate 
outputs 




True four quadrant multiplier permits normal am or double side- 
band suppressed earner modulation. 




Logarithmic or Linear Sweep 

Separate Frequency Dials 
Set Lower (START) and 
Upper (STOP) Limits of Sweep 

Up to 30 V p-p Output 

Built-in Attenuator 



Am and Fm 



Phase Lock Mode 



External and Manual Trigger or Gate 
Counted Burst with DD 501 



The output of the FG 504 may be phase locked, 
gated, or triggered by a reference signal, letting 
you convert from one waveform to another, such 
as pulses to sinewaves, as well as adjust phase 
relationships Post attenuator offset enables use 
of the full ±7.5 V offset range with small signals. 
And the FG 504 output can be amplitude or fre- 
quency modulated by external signals. 

The FG 504 also provides trigger output, external 
voltage control input, and sweep output. 



ORDERING INFORMATION 
FG 504 40 MHz Function Generator .. $2360 
FG 504T 40 MHz Function Generator $2645 

(includes FG 504. TM 503 Mainframe, and 016-0195-03 blank 
panel) 



FG 504 30 volt output with 6 ns rise and fall times for super** 
pulse waveforms. 
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TPL/ RAMP AND FUNCTION 
I Llr\ GENERATORS 



GENERAL PURPOSE 
INSTRUMENTS 



FG 501 A 



FG 502 



FG 503 



RG 501 





Ramp Generator 



FG 501 A 



FG 502 



RG 501 



0.002 Hz to 2 MHz 



30 V p-p, ±13 V Offset 
5% to 95% Variable Symmetry 
Trigger or Gate, ± Slope 
60 dB Step Attenuator 
<0.25% Sinewave Distortion 



<25 ns Rise/Fall 



The FG 501 A provides low-distortion outputs from 
0 002 Hz to 2 MHz. It is capable of generating five 
basic waveforms— sine wave, square wave, trian- 
gle, ramp, and pulse— at output levels up to 30 
volts peak-to-peak with up to ± 13 volts of offset 
from a 50-ohm source Waveform triggering and 
gating are provided with a variable phase control 
to permit up to ±90° of phase shift for generat- 
ing haversines, sin 2 pulses, and haver triangles. A 
step attenuator provides 60 dB of output signal 
attenuation in 20 dB steps with an additional 20 
dB of variable attenuation. Variable symmetry 
from 5% to 95% provides ramps and pulses. 
Pulse risetime is <25 ns. Audio sinewave distor- 
tion is less than 0.25% and audio amplitude 
flatness is within 0.1 dB 

Because of its ability to generate low distortion 
sine waves, the FG 501 A is uniquely appropriate 
for applications demanding audio signals 

Also useful in audio applications is the built-in 0 to 
60 dB attenuator designed into the FG 501 A. 

The wide range variable symmetry of the FG 501 A 
is useful for generation of pulses and ramps. 

Order FG 501A2MHz 

Function Generator $700 



0.1 Hz to 11 MHz 



Five Waveforms 



Vcf and Gated Burst 



The FG 502 Function Generator provides low-dis- 
tortion sine, square, and triangle waveforms, and 
positive or negative ramps and pulses Output 
frequency is continuously varable from 0. 1 Hz to 
11 MHz. The high frequency range from 1 to 11 
MHz permits the versatility of the function gener- 
ator to be extended into the medium radio fre- 
quency range. Voltage controlled frequency input 
permits the FG 502 to be used as a sweep gener- 
ator The external gate input permits the FG 502 
output in any of its modes to be controlled by an 
externally supplied pulse to generate bursts of 
various output waveforms This feature has appli- 
cation in wireline or radio remote control equip- 
ment and in certain phases of the telephone 
industry. 

Order FG 502 1 1 MHz 

Function Generator $810 

FG 503 

1.0 Hz to 3 MHz 



Three Waveforms 



Vcf 



The FG 503 Function Generator provides high- 
quality low-distortion sine, square, and triangle 
waveforms. Six decade frequency multipler 
steps, a custom position for user-determined fre- 
quency multiplication, a dial calibrated from 1.0 to 
30 (uncalibrated from 0.1 to 1.0), and a frequency 
vernier control work together to select frequen- 
cies in overlapping ranges from 1 Hz to 3 MHz. 
The output frequency may be swept over a 
1000:1 ratio by an external voltage. Output ampli- 
tude and offset controls are provided A trigger 
output is available for controlling external devices 
or equipment. Amplitude up to 10 V p-p can be 
developed across a 50 ft load (20 V p-p open 
circuit) Selectable offset up to 3.75 V dc across 
50 ft (7.5 V dc open circuit) is also featured 

Order 503 3 MHz 

Function Generator $525 



10 ms to 10 s Ramp Duration 



Plus or Minus Output 



10 V Amplitude 



Scope-type Trigger Functions 
Gate Out, TTL Compatible 



RAMP 

Ramp Duration — Decade ranges of 10 ms to 1 s. extends to 
10 s with 1-10 duration multiplier. Accurate within 3% when 
multiplier is at XI (multiplier not calibrated). 

Ramp Amplitude — Continuously variable from 50 mV or less 
to at least 10 V, either polanty. Dc level between ramps. 0 V 
within 20 mV. 

Gate — From a low state of 0 V. within 100 mV. the ramp gate 
nses to +3 V, within 0.6 V. in 100 ns or less. Fall time is 100 ns 
or less. Gate source impedance is nominally 160 ii. 

Ramp Output Characteristics — Minimum load resistance 3 
kfl; max load capacitance. 300 pF. 

TRIGGERING 

Auto Triggering — Provides free-running signal in absence of 

trigger. Locks automatically to trigger with a frequency above 

20 Hz and at least 200 mV amplitude 

External Triggering — Sensitivity is at least 200 mV p-p, dc to 

100 kHz. Input impedance =9.5 kfl. 50 V (dc + peak ac) max 

input. 

Internal Triggering — Same as external except that the trig- 
ger source is via the rear interlace. 

Line Trigger — Triggers at line frequency. 

Trigger Level Range — ±1 V. 



Order RG 501 Ramp Generator $540 

OPTIONAL ACCESSORY 

Manual (one-shot) Trigger 

Generator (016-0597-00) Si 25 
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TCL/ general purpose 

I LlX INSTRUMENTS 



CURRENT PROBES, 
AMPLIFIERS 



The TM 500 Signal Processors offer unique capa- 
bilities for solving electrical measurement and 
analysis problems. Compact portability and plug- 
in flexibility allow complete lab instrumentation 
set-ups, within stringent space and budget 
limitations. 

These versatile signal alteration devices are appli- 
cable to a broad range of measurement needs: 
preamplification of low level signals; addition or 
removal of dc offset; integration, differentiation, 
or summing of multiple signals; impedance trans- 
formation; or amplification (to 80 V p-p) to sug- 
gest a few. 

The AM 503 is specifically designed to work with 
the A6303/A6302 Current Probes (up to 50 MHz), 
and incorporates a feature that limits the 
bandwidth to 5 MHz, allowing elimination of 
unwanted transients or noise An illuminated knob 
skirt indicates calibrated current per division. 

To use these current probes to their full 
bandwidth, the bandwidth of the oscilloscope 
should be greater than the probe/AM 503 combi- 
nation. For example, with the A6302/AM 503, a 
scope such as the 80 MHz SC 504 can be used 
to obtain full bandwidth capability. 

The A6302/AM 503 and A6303/AM 503 Current 
Probe Systems have a wide variety of applica- 
tions from SCR and power supply measurements 
to medical applications. The probes utilize induc- 
tive coupling eliminating the need to break the 
circuit under test. 

The versatile AM 502 Differential Amplifier lets 
you control gain, dc offset, low frequency and 
high frequency response for maximum rejection 
of unwanted signals. Adjustable dc offset allows 
high amplification even when low-level signals 
have a dc component of up to one volt. High 
performance features of the AM 502 are a dc to 1 
MHz bandwidth and 100 dB common-mode rejec- 
tion ratio. 

The AM 501 Operational Amplifier’s output power 
( ± 40 volts and ± 50 mA across 800 fi loads) is 
more than adequate for most electronic and 
electro-mechanical applications. This high-output 
unit has front panel connectors that let you 
change configurations by selecting feedback 
components. The AM 501 is easily set up for 
differentation, integration, summing and imped- 
ance transformation problems. 

Our extremely versatile AF 501 Bandpass 
Filter/Amplifier has a center frequency that is one- 
knob tunable over the entire audio range (3 Hz to 
35 kHz). It's switch-selectable in broad (Q=5, 
1/3 octave) and narrow (Q= 15, «»1/10 octave) 
bandwidths. It provides sine wave generation to 
35 kHz and flat signal amplification to 50 kHz. You 
can select amplification from 1 to 500 in a 1-2-5 
sequence in both filter and amplifier modes. 



AM 503 




Current Probe Amplifier 

AM 503 



Displays Current Signals on an Oscilloscope 

Current Range, Maximum Current, and 
Bandwidth Determined by the Probe Used 



The AM 503 is a plug-in modular current-probe 
amplifier that operates in TM 500 Mainframes. It 
allows display of current on any oscilloscope with 
10 mV/div sensitivity, 50 ohm or 1 megohm input, 
and (for performance to full bandwidth specifica- 
tions) at least 75 MHz when using the A6302 or 50 
MHz when using the A6303. The amplifier 
attenuator is calibrated in 12 steps with a 1, 2, 5 
sequence, and the knob-skirt is illuminated to indi- 
cate current per division. The current range, maxi- 
mum current rating, and bandwidth are deter- 
mined by the particular probe in use. Bandwidth 
can be set to FULL (where it is limited by the 
probe in use) or to 5 MHz. Coupling may be 
switch selected to ac or dc. Ac coupling offers a 
convenient means of measuring low-amplitude ac 
signals on a high-level dc current. A front-panel 
indicator warns of input current overload. 

CHARACTERISTICS 

(AM 503 Current Probe Amplifier with A6302 Probe or 
A6303 Probe) 

Maximum Input Current — 20 A (dc 4- peak ac) for 
A6302 100 A (dc 4 peak ac) for A6303. 

Maximum Voltage for Current Under Test (Bare Conductor) 

— 500 V (dc 4 peak ac) for A6302 700 V (dc 4 peak ac) for 
A6303. 

Bandwidth ( - 3 dB) — Dc to at least 50 MHz with A6302. Dc 
to at least 15 MHz with A6303 

Rise Time (Full Bandwidth) — 7 ns or less with A6302. 23 ns 
or less with A6303 

Deflection Factor — 1 mA/div to 5 A/div for A6302. 20 mA/div 
to 50 A/div for A6303 In a 1 . 2. 5 sequence for both probes 
Attenuator Accuracy — Within 3% of indicated CURRENT- 
/DIV for both probes. 

INCLUDED ACCESSORIES WITH AM 503 

50 If cable with BNC (012-0057-01). 50 il terminator (011- 
0049-01). 

Order AM 503 Current Probe Amplifier . $875 




A6303 Current Probe 



100 A Ac and Dc Current Measurements 



Dc to 15 MHz Bandwidth 



Peak Pulse Measurements to 500 A 



Ac or Dc Coupling 
1 Inch by 0.830 Inch Jaw Opening 
One-hand Operation 



This new clamp-around probe satisfies require- 
ments for current measurements to 100 A from 
dc to 15 MHz. Equipped with a convenient pistol 
grip, the A6303 can easily be clamped to cables 
up to 0.830 in. Other measurement parameters of 
the probe include: 100 amps continuous and 500 
amps peak 

By combining an oscilloscope, like the SC 504, 
with the A6303/AM 503 Current Probe Amplifier in 
a TM 500 Mainframe you will have a convenient 
and compact high current amplification/measure- 
ment system. 

Order A6303 Current Probe $845 




A6302 Current Probe 



1 mA to 20 A Current Measurement Range 



50 A Peak Pulse Measurements 



Dc to 50 MHz Bandwidth 



When a A6302 Current Probe is used with the AM 
503 Current Probe Amplifier, the current range is 
from 1 mA to 20 A Maximum current is 20 A (dc 
+ peak ac). Peak pulse maximum is 50 A not to 
exceed a product of 100 A ps. The probe oper- 
ates through inductive coupling with no electrical 
contact. A flick of your forefinger operates the 
sliding jaw in the insulated probe tip. Just put the 
probe tip around the conductor under test for im- 
mediate current readings. 

Included Accessories — 5 inch ground lead (175-0124-01), 3 
inch ground lead (175-0263-01), 2 alligator clips (344-0046-00). 



Order A6302 Current Probe 



$440 




TEK AMPLIFIERS 



GENERAL PURPOSE 
INSTRUMENTS 




AM 502 



AM 501 



1 to 100,000 Gain 



100 dB Cmrr 



Selectable Upper and Lower -3 dB Points 



Dc to 1 MHz Maximum Bandwith 



Adjustable Dc Offset 



The AM 502 Differential Amplifier features wide 
bandwidth; high cmrr; and selectable calibrated 
gam and filtering. Well-suited for general-purpose 
or laboratory work, it can drive oscilloscopes, 
monitors, chart recorders, displays, or processing 
devices. In the unity gain mode, it can be used as 
a signal conditioner. Input dc offsetting to ± 1 V is 
provided. 

AMPLIFIER 

Gain — 100 to 100.000. 1-2-5 sequence, accurate within 2%. 
IX gam obtained by 100X attenuation. 

Hf - 3 dB POINT — Selectable in 9 steps (1-3 sequence) from 
100 Hz to 1 MHz Upper -3 dB point reduces to 500 kHz at 50 
k gain. 250 kHz at 100 k gain. 

Lf -3 dB POINT — Selectable in 6 steps from 0.1 Hz to 10 
kHz; ac coupling limits -3 dB point to 2 Hz or less 
Variable DC Offset — At least ± 1 V. 

Normal-Mode Cmrr — At least 100 dB. dc to 50 kHz, ±5 V. 
+ 100 Mode Cmrr — At least 50 dB. dc to 50 kHz. ± 10V. 
Max Input Voltage — Normal mode dc coupled: 15 V (dc + 
peak ac). + 100 Mode dc coupled: 350 V (dc 4 peak ac). Ac 
coupled: 350 V (dc + peak ac) with coupling capacitor 
precharged 

Input R and C — 1 M12 paralleled by =47 pF. Input impedance 
can be increased to a FET input via a simple internal jumper 
change 

Max Voltage Drift — 100 n\ll° C referred to input NORM 
mode 

Input Gate Current — ± 100 pA for T <=30°C. 

Max Noise — <s25 mV or less (tangentially measured) referred 
to input NORM mode. 

OUTPUT 

Max Output — ±5 V,±20 mA. output resistance is 5 it or 
less 

Min Load Impedance — 250 12 

Over Range — Front-panel lamp indicates most over-range 
conditions. 

Order AM 502 Differential 

Amplifier $1065 



±40 V, 50 mA Output 



Open Loop Gain 10,000 
50 V/^s Slew Rate 



Symmetrical Differential Design 



The AM 501 Operational Amplifier features high 
input impedance (FET), high slew rate, a wide 
range of input and output voltage, and high out- 
put current. Applictions include: amplification; im- 
pedance transformation, integration, differenti- 
ation and summing. It is well-suited as a post- 
amplifier or offset-generator for signal sources, 
including the TM 500 Modules Components may 
be added externally or internally making it ideal 
for teaching operational amplifier theory. 

OPERATIONAL AMPLIFIER 

Open Loop Gain — At least 10,000 at 60 Hz into 800 12 load. 
Unity Gain Bandwidth — At least 5 MHz into 800 12 load. 
Common-Mode Rejection Ratio — Typically >20.000 to 1 at 
60 Hz for common-mode signals up to ± 40 V. 

Slew Rate — At least 50 V/m s into an 800 12 load. 

INPUT 

Input Bias Current — Typically <500 pA at 25°C. <2nA at 
50°C. 

Drift — <100 mV/°C. 

Noise — <10 RMS. 

Max Differential Input Voltage — 80 V. 

OUTPUT 

Voltage Range — At least ± 40 V into 2 kl2. 

Current Limit — At least ±50 mA 
Open Loop Output R — = 150 12. 

Order AM 501 Operational Amplifier .. $530 

OPTIONAL ACCESSORY 
Terminal Accessory Adapter Kit 

( 013 - 0146 - 00 ) $22 



AF 501 



Tunable Bandpass Filtering to 35 kHz 

Signal Amplification to 50 kHz 

Sinewave Generation to 35 kHz 

Strobe Trigger Synced to Oscillator or Filter 
Output 

Dial Readings in Hz or Cycles per Minute 



The AF 501 is a Bandpass Filter/Amplifier, ac- 
coupled amplifier and sinewave generator. Used 
alone or in conjunction with other TM 500 instru- 
ments, the AF 501 is a highly versatile and accu- 
rate signal analysis tool Developed primarily for 
the mechanical measurement domain, the AF 501 
can be used as a manual-sweep spectrum ana- 
lyzer for complex sound and vibration signals. 
Single-frequency tuning facilitates isolation of IX 
rpm signals in dynamic balancing, or viewing 
higher order disturbances on a CRT monitor. An 
output pulse, synced to the filter or oscillator out- 
put signal, is available for triggering a strobo- 
scope or oscilloscope and for frequency 
counting. 

BANDPASS FILTER 

Center Frequency Range — 3 Hz to 35 kHz in 4 decade 
steps 

Frequency Dial Error — <5% dial setting between 3-20, 
< 10% dial setting between 20-30. 

Frequency Multiplier — XI. XI 0. XI 00. XI k. 

Phase Shift — <10° at tuned frequency below 5 kHz. 

Dial Range — 3 to 40 Hz/180-2400 cpm. 

Max Filter Attenuation — >70 dB 
Filter Selectivity — Broad: Q = 5 ±1. 

Narrow: Q = 15 ±5. 

Bandwidth at Half-power Points — 

AF 3 dB center frequency 
Q 

Gain Range — 1-500; 1-2-5 sequence 

Gain Accuracy — ±3 dB (Broad). ±5 dB (Narrow). 

Input Impedance — 1 Ml2 ±1% paralleled by =47 pF 

Max Dc Input Voltage — ± 100 V 

Output Voltage — 20 V p-p (max freq times amplitude = 400 

V kHz). 

Output Current — 20 mA p-p max (at 20 V p-p). 

Output Impedance — <1 12. 

AMPLIFIER 

Gam — 1 to 500 1-2-5 sequence 

Gain Accuracy — ± 3%. 

Bandwidth — <0.5 Hz to >50 kHz (at 3 dB point). 

Input Impedance — 1 M12 ±1% paralleled by =47 pF. 

Noise — <25 mV rms (referred to output). 

Output Voltage — 20 V p-p (max freq times amplitude = 400 

V kHz). 

OSCILLATOR 

Sine Wave Out Range — 3 Hz to 35 kHz. 

Dial Range — 3 to 40 Hz/180-2400 cpm 

Output Amplitude — 1. 2, or 5 V p-p ±20%. depending on 

gain position. 

Waveform Distortion — <3%. 

Output Current — Max 50 mA p-p. 

Output Impedance — <1 12 (within 50 mA output current 
limit). 

TRIGGER OUTPUT 
Pulse Amplitude — >10 V. 

Pulse Duration — 10 ±5 ms. 

Min Signal Required — 500 mV. p-p 
Rise and Fall Time — <1 ms. 

Output Impedance — =50 12. 

Order AF 501 Bandpass 

Filter/Amplifier $840 



278 





Tdl/ GENERAL PURPOSE 
I Cr\ INSTRUMENTS 



OSCILLOSCOPE CALIBRATION 
INSTRUMENTS 



Downtime is one problem no production manager 
can afford and the time service engineers 
spend transporting oscilloscopes from the job 
site to the calibration bench is wasted time. In the 
end, for a production house or manufacturing 
unit, the production line is the bottom line 

With the CG 551 AP, Tektronix Oscilloscope Cali- 
bration Instruments come close to solving the 
entire range of oscilloscope calibration problems. 

The CG 551AP is the computenzed solution to 
large-scale scope calibration needs The CG 
551AP can be used as part of a computerized 
system to calibrate and verify all of the major 
oscilloscope parameters The CG 551AP is spe- 
cifically designed for use at those installations 
where many oscilloscopes are used and main- 
tained. Its programmability, combined with state- 
of-the-art performance, helps to minimize calibra- 
tion lab labor while maximizing accuracy of 
verification checks 



In addition to the CG 551AP, TM 500 offers a 
complete set of calibration instruments which can 
be configured into a portable test set for in-field 
oscilloscope service and calibration 

These TM 500 Oscilloscope Calibration instru- 
ments offer the widest range of standard ampli- 
tude square waves, fastest rise times, lowest 
aberrations, fastest time marks and widest fre- 
quency range of leveled sine waves available 
today 

In addition to its crystal-controlled mode, the TG 
501 provides a variable mode. This means you 
can quickly adjust and accurately align the time 
mark spacing to your oscilloscope' s graticule 
marks, and read the percentage timing error 
directly off the TG 501’s digital display. 

Our PG 506 Calibration Generator offers TM 500 
portability plus state-of-the-art performance fea- 
tures. With the PG 506 in the amplitude calibration 
mode, you can generate a 1 kHz square wave and 
vary its amplitude around the calibrated level until 
the squarewave aligns with your oscilloscope' s 
verticle graticule divisions. At that point, you can 
read the scope deflection error right off the PG 
506' s digital display in percentage high or low. 



TM 500 leveled sinewave generators, the SG 503 
and SG 504, round out a scope calibration and 
verification package These generators provide 
leveled sine waves for bandwidth checks (— 3 dB 
points) and triggering performance checks. 

The SG 503 is a general-purpose leveled sine- 
wave oscillator providing variable output from 250 
kHz to 250 MHz. The SG 504 provides a leveled 
output amplitude that is variable from 245 MHz to 
1050 MHz in two bands 

Another TM 500 plug-in, the SG 502 Oscillator, 
could also benefit calibration applications where 
verification of low frequency roll off in ac modes 
and performance measurement of low frequency 
reject triggering modes is required. 

For features that allow time and error reduction 
for on-the-job oscilloscope evaluation, our TM 500 
Calibration instruments are the best value on the 
market today 

Tektronix offers meintenence training classes on the 
TM 500 Calibration Systems Package and a new multi- 
media training package on Digital Counter and Meter Con- 
cepts. For TM 5000 trainina and other training information, 
contact your local Sales Office or request a copy of the 
Tektronix Customer Training Catalog. 
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CQ 551AP Programmable 
Calibration Generator 


PG 506 

Calibration 

Generator 


TG 501 
Time Mark 
Generator 


SG 503 
Signal 
Generator 


SG 504 
Signal 
Generator 


Primary 

Functions 


Amplitude Calibration 
40 mV to 200 V 

Time-base Calibration 
400 ps to 5 s 


Amplitude 
Calibration 
200 mV to 100 V 


Time-base 
Calibration 
1 ns to 5 s 


Bandwidth 
Calibration 
250 kHz to 250 MHz 


Bandwidth 
Calibration 
245 MHz to 1050 MHz 


Secondary 

Functions 


Rise time and transient response testing, 
attenuator compensation testing. 

Testing oscilloscope nonlinearity. 


Rise time and transient 
response testing, attenuator 
compensation testing. 


Testing 

oscilloscope 

nonlinearity 


General leveled rf 
signal source 


General leveled rf 
signal source with 
frequency modulation 
capability 



TdU' OSCILLOSCOPE CALIBRATION 
I Ll\ INSTRUMENTS 



CG 551 AP 




Programmable Oscilloscope Calibration Generator 



CG 551 AP 

[GPiBl 

IEEE-488 

The CG 551AP is designed to comply with IEEE 
Standard 488-1978, and with Tektronix Codes 
and Formats Standard 

The TEKTRONIX CG 551AP is a microprocessor- 
based oscilloscope calibration generator that is 
fully programmable It can be used as part of a 
computerized system for the calibration and ver- 
ification of major oscilloscope parameters, includ- 
ing : 



Vertical Gain 

Horizontal Timing and Gain 
Vertical Bandwidth/ Pulse Characteristics 
Probe Accuracy and Compensation 
Current Probe Accuracy 
Calibrator Output Accuracy 



The CG 551AP’s front panel features a diversity 
of functions, many of which represent a new 
state of the art in calibration performance. All 
these functions are programmable through a con- 
troller via the GPIB (General Purpose Interface 
Bus, IEEE-488) A "LEARN" mode allows any man- 
ually-set function or range to be acquired by a 
controller Subsequent use of the resulting pro- 
gram requires a minimum of operator skill and 
makes data logging an automatic operation 

This computer-assisted test and calibration sys- 
tem provides step-by-step instructions to the op- 
erator, thus significantly reducing the skill level 
required 

Many of the calibration and test steps previously 
performed by the operator can now be trans- 
ferred to the computer which executes them in a 
consistent and error-free manner. To calibrate a 
particular oscilloscope, the computer’s program 
sends control-setting information to the CG 
551 AP, which then sends the appropriate calibra- 



tion signals to the oscilloscope. At the same time, 
a series of oparator instructions on the CRT are 
automatically coordinated with the calibration sig- 
nals going into the oscilloscope from the CG 
551 AP. The operator follows these instructions to 
make the necessary settings of the oscilloscope 
controls as the calibration or test procedure pro- 
gresses. The CG 551 AP return error or deviation 
information to the controller, where it is compared 
with preprogrammed reference values for the os- 
cilloscope; out-of -tolerance values are flagged A 
permanent record of the entire maintenance pro- 
cedure can be stored by the controller and can 
be printed via peripherals such as the hard copy 
unit or line printer Throughout the process, all 
calibration settings are determined by the com- 
puter’s program All front panel settings on the 
oscilloscope are specified in detail for the opera- 
tor Calculations of error percentages are per- 
formed automatically. 

To develop the specific software for testing and 
calibration of different oscilloscopes, Tektronix 
has designed the CG 551AP ScopeCal Procedure 
Development Aid program This program as- 
sumes you are not familiar with programming. To 
incorporate the calibrator’s knowledge into the 
system software, the ScopeCal Procedure Devel- 
opment Aid program uses two simplified tech- 
niques. First is a series of questions that appear 
on the controller’s CRT The calibrator s answers 
to these questions form the foundation for the 
software that will eventually run the system. Sec- 
ond is the CG 551AP's "LEARN" mode, which al- 
lows the calibrator to set functions and ranges 
using the CG 551AP’s front panel controls (as 
would have been done on older generations of 
manually-operated calibration generators), and 
have these entries automatically transferred to 
the controller for use in forming the program 
Once the calibrator has completed interacting 
with the ScopeCal Procedure Development Aid 
program, all the acquired information is automati- 
cally converted into a simpler program format that 
will govern the system’s operation when a less 
experienced operator is using it. This operator- 
oriented program will take care of all the CG 
551AP's settings, while giving the operator a 
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Instructions to operator on CRT screen of 4052 Graphics Computing Controller 



8. MILL YOU MANT TO LOG DATA FROM THIS PROCEDURE- YES 
<». TO MHAT DEVICE DO YOU MANT DATA TO BE LOGGED 7 

1. terminal screen 

2. TERMINAL TAPE DR1UE 
2 . LINE PRINTER 

4. GPIB DEU1CE 
ENTER I, 2, 3. OR 4. 4 

It. MHAT IS THE ADDRESS OF THE DEU1CE 7 7 
II. IN MHAT FORMAT SHALL DATA BE LOGGED 7 

1. STEP NUMBER, PASS 'MARGINAL -'FAIL 

2. STEP NUMBER. IDEAL UALUE. PERCENT DEVIATION 

3. STEP NUMBER. STEP LABEL, IDEAL VALUE. 
PERCENT DEVIATION, TOLERANCE LIMITS 

ENTER 1. 2, OR 3. 2 



4052 Graphics Computer Controller showing the development of a typical calibration pro- 
cedure using the ScopeCal Procedure Development Aid program 
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TEK 



GENERAL PURPOSE 
INSTRUMENTS 



step-by-step description of any settings that must 
be made on the oscilloscope It will also accept 
data from the CG 551AP or the controller 
keyboard 

The CG 551AP is designed to greatly reduce your 
maintenance costs. Built-in self test routines and 
hardware check the operation of all major circuits 
each time the power is turned on. 

Modular construction means that all circuit 
boards unplug (except the Main Interconnect) for 
easy exchange if service is required. A signature 
analysis mode is included to facilitate 
troubleshooting of the digital portion of the 
instrument. 

VOLTAGE (AMPLITUDE MODE) 

The standard voltage is used to calibrate vertical display 
accuracy. 

Range — 40 » V to 200 V (1-2-5 steps with multiplier). 
Multipliers — 1.2,3.4,5.6.8.10 divisions. 

Polarity — Positive from ground 
Accuracy — +0.25% ± 1 ^V 

Frequency — 40 *jV to 80 mV 10 Hz to 100 kHz. lOOmV to 
10 V: 10 Hz to 100 kHz. or dc. 12 V to 200 V 10 Hz to 10 kHz. 
or dc 

Droop — ^1%. 

Variable Range — ± 9.9%. 

CURRENT (AMPLITUDE MODE) 

The standard current is used to calibrate current probes. 
Range — 1 mA to 100 mA (1-2-5 sequence). 

Multipliers — 1.2.3.4,5,6.8.10 
Accuracy — ± 0.25% ± 2 ^A. 

Frequency — Dc or 10 Hz to 1 MHz (decade steps). 

Droop — ^1%. 

Variable Range — ± 9.9%. 

LOW EDGE (AMPLITUDE MODE) 

The Low Distortion Pulse obtained in this mode is used to test 
oscilloscope input amplifier and attenuator compensation. 
Range — 20 mV to 1 V (1-2-5 steps with multipliers). 
Multipliers — 1,2.3.4.5.6.8.10 
Polarity — Positive or negative transitions to ground. 
Risetime (Falltime) — <1.3 ns. 

Abberrations — ± 2%. 

Long Term Flatness — ±0.5% after first 10 ns. 

Frequency — 10 Hz to 1 MHz (decade steps). 

Variable Amplitude Range — > ± 10% from nominal 
Termination — 50 Si. 

HIGH EDGE (AMPLITUDE MODE) 

The Low Distortion Pulse obtained in this mode is used to test 
oscilloscope input amplifier and attenuator compensation 
Range — 1.2 V to 100 V (1-2-5 steps with multipliers). 
Polarity — Positive to ground 
Risetime — ^100 ps. 

Aberrations — ± 2%. 

Long Term Flatness — ± 0.5% after first 500 ns. 

Frequency — 10 Hz to 100 kHz (decade steps). 

Variable Amplitude Range — > ± 10% from nominal 
Termination — jMO ki2. 

MARKERS (TIMING MODE) 

The markers obtained in this mode are used to calibrate oscillo- 
scope time bases 

Range — 10 ns to 5 s (1-2-5 steps). 

X 10 Magnifier — Increase marker rate by a factor of ten (0.1 
ps to 5 s range). 

Accuracy — * 0 01% (optional TCXO ±0.0003%) 

Amplitude — IV minimum into 50 12. 

Variable Range — ± 9.9%. 



SLEWED EDGE (TIMING MODE) 

Slewed Edges are used to calibrate the very fastest ranges 

found on oscilloscope time bases 

Range — 0 4 ns to 100 ns (1-2-5 steps plus 0.4 ns). 

X10 Magnifier — Increases Slewed Edge rate by a factor of 
ten (5 ns to 100 ns range). 

Accuracy — ± 0.01% (Optional TCXO ±0.0003%). 

Edge Position Uncertainty — ± 40 ps. 

Amplitude — > 1 V into 50 fl. 

Vahable Range — ± 9.9%. 

TRIGGER OUTPUT 

The oscilloscope under test is normally triggered externally 
from this source. 

Output Amplitude — 1 V minimum into 50 12. 

Trigger Rate — Marker Mode 

Normal — Slaved to marker rate from 100 ns to 5 s; remains at 
100 ns for faster markers. 

Divided by 10 — Reduces normal trigger rate by a factor of 
ten 

Divided by 1 00 — Reduces normal trigger rate by a factor of 
one hundred. 

Slewed Edge Mode — One trigger per slewed edge (Rate -+ 
1 0 and + 1 00 not available). 

All Other Modes — 

Normal — Slaved to output frequency. 

Divided by 10 — One- tenth output frequency. 

Divided by 100 — One-hundredth output frequency. 

TIMING REFERENCE OUTPUT 
EXTERNAL TIMING REFERENCE 
Input Frequency — Any integral multiple of 1 MHz up to 5 
MHz 

Required Accuracy — ±0.001%. 

Input Amplitude — 1 V to 10 V RMS. 

Input Resistance — 10 k!2 (nominal). 

ENVIRONMENTAL 

Meets or exceeds MIL-T-28800B, Class 5 requirements. 
Temperature — Operating — 0°C to +50°C. 

Nonoperating 20 °C to +65°C. 

Relative Humidity — 90 to 95% at +50°C for 5 days 

Altitude — 

Operating — 15.000 ft (4.5 km). Nonoperating — 50,000 ft (15 
km). 

Vibration — Operating — Displacement (peak-to-peak), 0.015 
inch. Vibration Frequency. 10 Hz - 55 Hz. Total time. 75 
minutes. 

Shock — Nonoperating — 30 g's, 1/2 sine, 11 ms duration. 3 
shocks in each direction along 3 major axes; total shocks, 18 
Bench Handling — Operating — 45°, 4 inches or point of 
balance, whichever occurs first. 

PHYSICAL CHARACTERISTICS 

Maximum Overall Dimensions (triple compartment TM 500 
Plug-in). 

Height — 4.97 inches (12.63 cm). 

Width — 7.96 inches (20.22). 

Length — 1 1 .97 inches (30.42 cm). 

Net Weight — 

Standard Instrument — 8.50 lbs (3.86 kg). 

Option 01 — 8.75 lbs (3.98 kg). 

PULSE HEAD 
(Standard Accessory) 

FAST EDGE (AMPLITUDE MODE) 

The Pulse Head is used to generate fast nse, low distortion 
pulses for testing higher bandwidth vertical amplifiers. 
Amplitude — 1.1 V peak ± 5% into 50 12. 

Adjustable Range — ± 10%. 

Risetime — < 200 ps. 

Polarity — Positive or negative from ground. 

Aberrations — ± 3% of pulse amplitude, not to exceed 4% 
p-p for adjacent peaks 

Frequency — 100 Hz to 100 kHz (decade steps) 



REMOTE VARIABLE HEAD 
(Optional Accessory) 

The Remote Variable Head permits the operator to concentrate 
on the oscilloscope CRT while remotely operating the following 
front panel controls: UNITS/DIV control; VARIABLE-FIXED 
button. CONTINUE pushbutton and the VAR control. 

COMPARATOR HEAD 
(Optional Accessory) 

The Comparator Head is used to calibrate built-in oscilloscope 
calibrators against the signals available from the CG 551 AP. 
Both the oscilloscope calibrator and CG 551 AP standard am- 
plitude signals are applied to the Comparator Head and simul- 
taneously displayed on the oscilloscope CRT The CG 551 AP 
signals are then varied to obtain congruent displays. Errors are 
then displayed on the CG 551 AP readout. 

Input — Ac Voltage — ± 40 to ± 100 V. 

Signal Frequency — 10 Hz to 1 MHz squarewave. 

Dc Voltage — + 100 mV to + 100 V. 

Resistance — Open — Unterminated (the resistance of the 
oscilloscope input). 50 12 — 50 12 ±1% in 50 12 position. Maxi- 
mum voltage is ± 5 V peak in the 50 12 postion. 

Chop Parameters — Frequency — 30 Hz nominal. (Auto) 
Auto Timeout — Internally selectable. 0.5, 1 or 2 minutes. 

INCLUDED ACCESSORIES 

Output Cable Assembly. 012-0884-00. Pulse Head. 015-0311-01 

MAINFRAMES 

Requires TM 5003 or TM 5006. 



ORDERING INFORMATION 



CG 551 AP $12,000 

Option 01 Adds High Accuracy Time Base 

(TCXO) Add $500 

Option 02 Deletes Pulse Head Sub $1 100 



OPTIONAL ACCESSORIES 
Comparator Head, 



Order 015-0310-01 $23 

Remote Variable, 

Order 015-0309-01 $375 

Pulse Head, Order 015-0311-01 $1400 

(When purchased separately.) 

4052 Graphics Computing Controller (32k bytes memory) 

(see page 80) $9900 

Option 10 Printer Interface Add $550 

Blank 4052 Tape, Order 119-0680-01 — (box of 5) ... $150 

1 1 9-0680-00 (One each) $40 

4632 Hard Copy Unit (See page 90) $5575 

Option 01 Copy Counter Add $100 

Paper, Carton of four rolls, 

Order 006-1603-01 $250 

4642 Matrix Printer (see page 92) $2900 

Option 01 Rear Feed Tractor Assembly Add $280 

Paper, Carton of 2,500 sheets. 

Order 002-0262-01 $45 

GPIB Cable, 2 meter Cable. 

Order 012-0630-01 $75 

SCPDA I (ScopeCal Procedure Development Aid and 465B 

Verification Program) $1450 

Rigid Circuit Board Extender 

Order 067-0975-00 $65 

Flexible Circuit Board Extender 

Order 067-0974-00 $80 



TCTU' oscilloscope calibration 
I lLi\ instruments 



PQ 506 




Calibration Generator 



PG 506 



Three Square-Wave Output Modes 
10 Hz to 1 MHz 

Direct Readout of Oscilloscope Deflection 
Error 



The PG 506 is a calibration generator for 
oscilloscopes with three modes of squarewave 
output, selectable dc outputs, and a variable- 
amplitude output with front-panel digital indica- 
tion of oscilloscope deflection error. For checking 
attenuator performance and transient response 
of oscilloscopes, simultaneous plus and minus 
low-level, fast rise (1.0 ns) square waves or high 
amplitude (60 V), extremely clean square waves 
are available at frequencies from 10 Hz through 1 
MHz. A 5 mA calibration current loop is useful for 
current probe calibration. In the amplitude calibra- 
tion mode, a 1 kHz square wave is generated 
whose amplitude may be varied around the cali- 
brated level until the square wave aligns with the 
oscilloscope vertical graticule divisions; scope 
deflection error is then read directly off the PG 
506 digital display in percentage high or low, 
permitting rapid verification of oscilloscope 
performance. 



AMPLITUDE CALIBRATOR MODE 
Period — Fixed at =* 1 ms or dc. 

Amplitude — From 100 V p-p to 200 mV p-p in 1-2-5 se- 
quence. accurate within ± 0.25% into 1 MO. 5 V p-p to 1 00 mV 
p-p into 50 11. 

Error Readout Range — ± 7.5%. 

Error Readout Resolution — 0.1%. 

PULSE MODES 

Period — 1 ms to 10 ms (within 5%) in decade steps with the 
VARIABLE control in CAL position VARIABLE extends period 
to at least 100 ms. 

Symmetry — =*=50% duty cycle 

HIGH AMPLITUDE OUTPUT 

Rise Time — Unterminated: 100 ns or less Terminated into 50 
12: 10 ns or less. 

Amplitude Range — Unterminated: 6 V or less to at least 60 
V. Terminated into 50 12: 0.5 V or less to at least 5 V. 

Leading Edge Aberrations — Within 2% or 50 mV p-p. which- 
ever is greater, when terminated into 50 12. 

Polarity — Positive going from a negative potential to ground. 
Output Resistance Source — 600 12 within 5%. 

FAST RISE OUTPUTS 

Rise Time (Terminated into 50 Q) — 1.0 ns or less. 
Amplitude Range (Terminated Into 50 Q) — 100 mV or less 
to at least 1 0 V 

Leading Edge Aberrations — Within 2% or 10 mV p-p, which- 
ever is greater, during first 10 ns. 

Flatness — Within 0.5% after first 10 ns. 

Polarity — Simultaneous positive and negative going. Positive 
going is from a negative rest potential to ground. Negative go- 
ing is from a positive rest potential to ground. 

Output Resistance Source — 50 12 within 3% at -t- and — 
output connectors. 

Trigger Output (Terminated into 50 Q) — Positive-going sig- 
nal of at least 1 V. 

Order PG 506 Calibration Generator . $2250 

TUNNEL DIODE PULSER 

The Tunnel Diode Pulser (067-0681-01) provides a 
clean, fast-rise pulse for adjusting the transient 
response of high-frequency oscilloscopes and 
other instruments. The Tunnel Diode Pulser can 
be driven by the PG 506 Calibration Generator at 
repetition rates exceeding 50 Hz. Output ampli- 
tude of the pulse is approximately 250 mV into 50 
fl, while rise time is <125 ps; aberrations are 
<1% in a 1 GHz system. 

Order 067-0681-01 $155 

PRECISION VOLTAGE DIVIDER 

Designed for use with the PG 506 in the STAN- 
DARD AMPLITUDE mode, this 0.4 divider allows 
your oscilloscope to display a constant 4 divisions 
when checking amplitude calibration from 20 
MV/div through 1 V/div. It also allows the PG 506 
to be more conveniently used with oscilloscopes 
that cannot display 5 divisions of amplitude. 

Input Z — 50 12 with output load ^ 1 00 K12. 

Max Input — <^5 B RMS. 

Output — 0.4 x PG 506 amplitude. 

Voltage Accuracy — ± 0.4%. 

Order 015-0265-00 $115 



TG 501 




TMtaowi • TO 601 Mtn «u« uatMloa 



Time Mark Generator 

TG 501 



Marker Outputs, 5 s to 1 ns 

Direct Readout of Oscilloscope Timing Error 

External Trigger Output 



The TG 501 Time Mark Generator provides mark- 
er outputs from five seconds to one nanosecond 
A unique feature on the TG 501 is a variable tim- 
ing output with a front-panel two digit LED display 
which indicates percentage of timing error be- 
tween the normal time interval and a variable in- 
terval set to line up the marker pulse with 
graticule or division mark on the display. This fea- 
ture not only provides direct readout in terms of 
percent error, but also helps eliminate errors as- 
sociated with visually estimating error from a 
display. 

Markers — 1 ns through 5 s in a 1-2-5 sequence. 

Marker Amplitude — >1 V peak into 50 12 on 5 s through 10 
ns markers. 2*750 mV p-p into 50 12 on 5 ns and 2 ns markers. 
^ 200 mV p-p into 50 12 on 1 ns markers. 



Trigger Output Signal — Slaved to marker output from 5 s 
through 100 ns. Remains at 100 ns for all faster markers. 



Internal Time Base 


Standard 


Option 01 


Crystal Frequency 


1 MHz 


5MHz 


Stability (0° to 50° 
C) after 1/2 hour 


within 1 part 
in 10 s 


within 5 parts 
in 10 7 


Long-term Drift 


1 part or less 
in 10 5 per 
month 


1 part or less 
in 10 7 per 
month 


Setatxlity 


adjustable to 
within 1 part 
in 10 7 


adjustable to 
within 5 parts 
in 10* 



External Reference Input — Available with internal changes 
Acceptable frequencies. 1 MHz. 5 MHz, or 10 MHz. Input am- 
plitude must be TTL compatible. 

Timing Error Readout Range — To ±7.5%. 

Timing Error Measurement Accuracy — Device under test 
error is indicated to within one least significant digit (to within 
one displayed count). 



ORDERING INFORMATION 



TG 501 Time Mark Generator $1810 

Option 01, 5 MHz Time Base Add $200 
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GENERAL PURPOSE 
INSTRUMENTS 



SG 504 




Signal Generator 

SG 504 

Leveled, Variable Output 
245 MHz to 1050 MHz 
Frequency Modulation Capability 



The SG 504 Signal Generator provides a leveled 
output amplitude that is variable from 245 MHz to 
1050 MHz in two bands. Frequency is indicated 
by a high-resolution tape dial that expands each 
band over 28 inches. The accurately calibrated 
output voltage is variable from 0.5 V to at least 4.0 
V peak-to-peak into 50 ft. 

Frequency Range — Low band: 245 MHz to 550 MHz High- 
band 495 MHz to 1050 MHz, plus 50 kHz or 6 MHz reference 
frequency (internally selected). 

Frequency Accuracy — ±2% of dial indication. 

Amplitude Range — 0.5 V to at least 4.0 V p-p. 

Amplitude Accuracy — (at reference) Within 3% of indicated 
amplitude. 

Flatness — ± 4% of amplitude at reference frequency 
Harmonic Content — 2nd harmonic at least 25 dB down; 3rd 
and all higher at least 40 dB down. 

Fm Input — Frequency range: dc to 100 kHz. Deviation sensi- 
tivity: ±9 V produces from ±0.05% to ±0.4% deviation of 
carrier, depending on output frequency 
Frequency Monitor Output — >0.3 V p-p into a 50 » load 
from 245 MHz to 1050 MHz 

Rear Card Edge Connections — Address fm input, frequency 
monitor output, and amplitude control. 




ORDERING INFORMATION 



SG 504 Signal Generator 

(Includes Leveling Head) $3030 

Replacement Leveling Head, 

(015-0282-00) S375 



SG 503 




Signal Generator 

SG 503 



Leveled, Variable Output 
250 kHz to 250 MHz 



Digital Readout of Frequency 



The SG 503 Signal Generator is a general-pur- 
pose leveled sine-wave oscillator It provides a 
leveled output amplitude which is variable from 
250 kHz to 250 MHz. The selected frequency is 
indicated by a built-in autoranging frequency 
counter with a three-digit LED read-out on the 
front panel. Accurately calibrated output voltage 
into 50 ft is variable from 5 mV to 5.5 V peak-to- 
peak. 

Frequency Range — 250 kHz to 250 MHz. plus 50 kHz refer- 
ence frequency 

Accuracy — Within ± 0.7 of least significant digit of indicated 
frequency 

Amplitude Range — 5 mV to 5.5 V p-p into 50 Q termination in 
three decade ranges 

Amplitude Accuracy — (50 kHz reference) Within 3% of indi- 
cated amplitude on (XI ) range. 4% on (X0.1 ) range, and 5% on 
(X0.01) range 

Flatness — (p-p) From 250 kHz to 100 MHz. output amplitude 
will not vary more than 1% of the value at 50 kHz except that 
up to ±1 .5%. - 1% vanation may occur between 50 MHz and 
100 MHz on amplitude multiplier X0.1 and X0.01 ranges only. 
From 100 MHz to 250 MHz. amplitude vanation is within 3% of 
the value at 50 kHz. 

Harmonic Content — Second harmonic at least 35 dB down. 
Third and all higher harmonics at least 40 dB down 
Other — Rear edge card connection available to address the 
leveling circuit. 

Standard Accessory — Precision 50 il cable 3 ft long. 
(012-0482-00) 

Order SG 503 Signal Generator $1780 



Tektronix offers maintenance training classes on the 
TM 500 Calibration Systems Package and a new mufti- 
media training package on Digital Counter and Meter Con- 
cepts. For TM 5000 training and other training information, 
contact your local Sales Office or request a copy of the 
Tektronix Customer Training Catalog. 



SG 502 




Oscillator 



SG 502 



5 Hz to 500 kHz Sine and Square Waves 



Low Distortion Sine Wave 



5 V RMS Open Circuit — 600 8 Source 

0*40 dB Output Variable Plus 0*70 dB in 10 
dB Steps 



The SG 502 Oscillator features a wide frequency 
range of 5 Hz to 500 kHz with low distortion 
(0.035% between 20 Hz and 50 kHz) and is desir- 
able for general test purposes where the ex- 
tremely low distortion levels of the SG 505 are not 
required. Other SG 502 features include 70 dB 
amplitude control plus a simultaneous fixed ampli- 
tude squarewave. 

SINEWAVE 

Frequency Range — 5 Hz to 500 kHz in 5 decade steps. 
Accurate within 5% of dial setting from 5 Hz to <50 kHz; with- 
in 10% of dial setting from 50 kHz to 500 kHz. 

Amplitude Response — Flatness is 0.3 dB over entire range 
(1 kHz reference). 

Attenuation — Selectable from 0 dB to 70 dB in 10, 20. and 40 
dB steps with pushbuttons. Accurate within 0.2 dB for each 
step selected, additive. An uncalibrated control provides con- 
tinuous variation from 0 dB to -40 dB 
Harmonic Distortion — <0.035% (-70 dB) from 20 Hz to 50 
kHz <.0.15% from 50 kHz to 500 kHz (Rl ^600 12). 

Max Output Voltage — 5 V RMS open circuit; 2.5 V RMS into 
600 W. 

Output Impedance — 600 H, grounded. 

SQUAREWAVE 

Frequency Range — Same as sinewave The squarewave 
switches on the 0° phase of sine out. 

Rise and Fall Time — 50 ns or less. 

Amplitude — +5 V. fixed, open circuit. 

Output Impedance — 600 li, grounded. 

SYNC INPUT 

Oscillator can be synchronized to external signal. Sync range, 
the difference between sync frequency and set frequency, is a 
linear function of sync voltage. 

Input impedance — 10 kJL 

Order SG 502 Oscillator $730 










TCI/ DISTORTION 


GENERAL PURPOSE 


1 Llr\ ANALYZER 


INSTRUMENTS 



AA 501 

Distortion Analyzer 

Fully Automatic: No Level Setting, 

Tuning or Nulling 

Total System Harmonic Distortion 
plus Noise (THD + N) — 0.0025% 

Extremely Low Residual Noise — <3 jzV 



Novel Analog-like "bar graph" 
plus Complete Digital Readout 

True RMS or Average Responding 
in All Modes 



Intermodulation Distortion (option) 
to SMPTE, DIN, and CCIF 



Differential Input 



Used together, the AA 501 Distortion Analyzer 
and SG 505 Oscillator provide the easiest solution 
to your distortion measurement needs. The AA 
501 and SG 505 combination permits harmonic 
distortion, intermodulation distortion, frequency 
response, gain/ loss, and signal-to-noise ratio 
measurements to be accomplished with minimal 
operator skill level. At the same time, both instru- 
ments feature state-of-the-art performance in re- 
sidual noise and distortion. 

When using the TEKTRONIX AA 501 Distortion 
Analyzer and SG 505 Oscillator, complex distor- 
tion measurements become a totally automated 
process. All steps which previously required sev- 
eral minutes of skilled operator time, such as level 
setting, tuning and nulling are now done quickly, 
precisely, and automatically by the AA 501 ’s 
internal circuitry. 

Because the AA 501 Distortion Analyzer and SG 
505 Oscillator are two separate plug-ins they may 
be used as a powerful package in the same 
mainframe or apart. For instance, the SG 505 can 
be left in a rackmount mainframe at a broadcast 
station while the AA 501 is transferred to a 
portable mainframe and taken to the transmitter 
site for distortion measurements. Together or 
thousands of miles apart, the AA 501 Distortion 
Analyzer automatically tunes to the oscillator’s 
(SG 505 or your present oscillator) signal with no 
operator assistance required. The SG 505 s fre- 
quency or level can be changed repeatedly and 
the AA 501 will automatically accommodate these 
changes as they occur. 

The A A 501 Distortion Analyzer makes complex 
measurements easier than ever with no compro- 
mise in performance. The AA 501 measures total 
harmonic distortion, gain/loss, signal to noise 
ratio, and audio levels. With Option 01 the ability 
to measure intermodulation distortion is added. 
These measurements are accomplished auto- 
matically, with no level setting, nulling, or meter 
ranging to be done by the operator. The mea- 
surement result appears on an LED display with 
no additional scale factoring necessary 



AA 501 




Distortion Analyzer 

Residual distortion, when used with the SG 505, is 
0.0025%. Residual noise in the analyzer is less 
than 3 ^V. 

To measure Total Harmonic Distortion plus noise 
(THD + N) or Intermodulation Distortion (IMD) the 
operator simply feeds the audio signal to the 
analyzer. The AA 501 automatically locks on the 
signal, sets the proper level, and switches in the 
proper filter. In the THD+N measurement the 
filter nulling is totally automatic, with no presetting 
of controls required. When used with a separate 
oscillator, no loss of automatic features is 
experienced 

The optional IMD mode measures signals to any 
of three usual standards: SMPTE, DIN, or CCIF. 
Internal circuitry identifies the standard being 
used and configures itself to display the appropri- 
ate results. 

The A A 501 has a 0 dB reference memory. This 
feature allows an audio level to be set to 0 dB 
and all subsequent signal levels are compared to 
it. The result is expressed in dB on the display. 

Selection from the front panel allows readings to 
be expressed in true RMS or average response, 
RMS calibrated. Although true RMS is more accu- 
rate in most applications, the average response 
permits comparisons with measurements pre- 
viously taken with older instrumentation. 

The digital voltmeter is auto ranging on all scales, 
from the lowest, 200 *xV full scale, to the highest, 
200 V full scale. 

Four filters are included and can be switched in 
and out from the front panel. They are: 400 Hz 
high pass, 30 kHz low pass, 80 kHz low pass (all 
18 dB per octave Butterworth),and "A" weighting. 
For user convenience, an extra position on the 
filter switch provides for an external, user pro- 
vided filter. 



The AA 501 and SG 505 can be configured with 
several other audio-quality instruments from 
Tektronix For instance, the FG 507 Sweeping 
Function Generator features a low distortion sine 
wave output (up to 2 MHz) and a log/lin sweep 
making it an ideal signal source in a communica- 
tions test set. The FG 501 A 2 MHz Function 
Generator is specifically designed for those 
audio/communications measurements not de- 
manding log/lin sweep capability. (See pages 25, 
26 for complete specifications and information on 
the FG 507 and FG 501 A). 

To complete an audio test set add the DM 502A 
Digital Multimeter with an accuracy of 0.1% dc 
volts and seven functions including autoranging 
dB and temperature (see page 6). The SC 503 
Storage Oscilloscope is also ideal for 
audio/communications applications with a 
bandwidth of 10 MHz and X-Y capability Storage 
permits slow audio sweeps to be displayed or 
enables the long term monitoring of peak audio 
levels (see page 37). 

THD 

Completely automatic Total Harmonic Distortion (THD) mea- 
surements to specified accuracy in 7 seconds or less. 

LEVEL 

Autoranging digital voltmeter displays input signal level in volts. 
dBm. or dB ratios. 

IMD (OPTION 01) 

Fully automatic SMPTE. DIN. and CCIF difference frequency 
test measurements. 

DISTORTION FUNCTION 

Fundamental Frequency Range — 10 Hz to 100 kHz auto- 
matically tuned to input frequency. 

Distortion Ranges — Auto (100%). 20%. 2%, 0.2%, and dB 
(autoranging). 

Accuracy (readings 5*4% of range) — 20 Hz to 20 kHz ± 1 
dB 10 Hz to 100 kHz -Hi. —3 dB. (Accuracy is limited by 
residual THD+N and filter selection.) 

A A 501 /SG 505 System Residual THD + N — 

Vm >250 mV. (all distortion, noise, and nulling error sources 
combined) 

20 Hz to 20 kHz 

<0 0025% (-92 dB) Average Response with 80 kHz filter. 

<0 0032% (-90 dB) RMS Response with 80 kHz filter. 

10 Hz to 50 kHz 

<0 0071% (-83 dB) RMS or Average Response. 

50 kHz to 100 kHz 

<0.010% (-80 dB) RMS or Average Response. 

TYPICAL THD + N 




Typical Fundamental Rejection — At least 10 dB below 
specified residual THD + N or actual signal THD, whichever is 
greater 

Minimum Input Level — 60 mV (-22 dBm). 
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TCIZ GENERAL PURPOSE 
I cr\ INSTRUMENTS 



DISTORTION ANALYZER, 
OSCILLATOR 



LEVEL FUNCTION 

Modes — Volts. dBm (600 it). or dB ratio with push to set zero 
dB reference 

Level Ranges — 200 mV full scale to 200 V full scale in ten 
steps, manual or autoranging. 

Accuracy — 

Frequency Volts dBm or dB ratio 

20 Hz to 20 KHz ±2% ± 0 3 dB 

10 Hz to 100 kHz- ±4% ±0.5 dB 

(Vin >100 mV. level ranging indicators extinguished) 
Bandwidth — >300 KHz 

Residual Noise — <3.0 mV (- 108 dBm) with 80 kHz and 400 
Hz filters 

<1.5 mV (-114 dBm) with 'A" weighting filter 

*On the 200 mV range, accuracy above 50 KHz is +4%, -6% 

( + 0.5 dB -0.7 dB) 

INTERMODULATION DISTORTION FUNCTION (OPTION 01) 

SMPTE and DIN Tests — Lower frequency range 50 Hz to 
250 Hz 

Upper frequency range 3 kHz to 100 kHz. 

Level ratio range 1:1 to 5:1 (lower upper) 

Residual IMD: <0 0025% (-92 dB) for 60 Hz and 7 kHz or 
250 Hz and 8 kHz. 4 1 level ratio 

CCIF Difference Frequency — Frequency range 4 kHz to 
100 kHz 

Difference frequency range: 50 Hz to 1 kHz. 

Residual IMD <0 0018% (-95 dB) with 14 kHz 
and 15 kHz 

Minimum input level: 60 mV (-22 dBm). 

Accuracy — ± 1 dB 



ALL FUNCTIONS 

Filters — 400 Hz high pass -3 dB at 400 Hz ±5%. at least 
— 40 dB rejection at 60 Hz 
80 kHz low pass -3 dB at 80 kHz ±5%. 

30 kHz low pass: -3 dB at 30 kHz ±5% 

"A" weighting: Meets specifications for Type 1 sound level 
meters (ANSI S 14. IEC Recommendation 179). 

EXT Allows connection of external filters. 

Input Impedance — 100 kit ±2%. each side to ground, fully 
differential 

Maximum Input — 300 V pk. 200 V RMS either side to ground 

or differentially 

Fully protected on all ranges. 

Common Mode Rejection — >50 dB at 50 or 60 Hz. 
Typically >40 dB to 300 kHz 

Detection — Average or true RMS for waveforms with crest 
factors <3 



FRONT PANEL SIGNALS 

Input Monitor — Provides constant amplitude version of signal 
applied to input. Output voltage: 1 V RMS ±10% for input 
signals >50 mV Source impedance: 1 kll ±5%. 

Function Output — Provides a scaled sample of selected func- 
tion signal (1000 count display * 1 V RMS ±3%). Source 
impedance 1 kit ±5%. 

Auxiliary Input — Provides input to detector circuit when EXT 
FILTER button is depressed. Sensitivity: 1 V RMS ±3% « 
1000 count display Impedance: 100 k it ±5%. ac coupled 

REAR INTERFACE SIGNALS 

Rear INTFC INPUT — Front panel selected Same as main 
INPUT except, maximum signal input is limited to 42 V pk. 30 V 
RMS (Potential crosstalk at rear interface may degrade noise 
and distortion on performance). 

Monitor — Same as front panel INPUT MONITOR. 

Function Output — Same as front panel FUNCTION 
OUTPUT 

Auxiliary Input — Same as front panel AUXILIARY INPUT 

Converter Output — DC output of selected response convert- 
er 1 V ± 5% for 1000 count display. Source impedance: 500 Si 
±5% 

dB Output — Dc output of logarithmic dB converter 10 mV 
±5% per 1 dB of display. Source impedance: 1 kit ±5%. 



ORDERING INFORMATION 



AA 501 Distortion Analyzer $1950 

Option 01 Intermodulation Distortion Add $650 



SG 505 




Oscillator 



SG 505 



10 Hz to 100 kHz Sinewave (typically 9 Hz to 
110 kHz) 

Ultra-Low Distortion— 0.0008% THD (typical- 
ly 0.0003%) 

Floating Output— 600 ft Source 

Vernier Frequency Control 

Isolated and Ground Referenced Sync 
Output 

Calibrated Output into 600 Q — + 10 dBm to 
— 60 dBm 



Harmonic Distortion — <0 0008% (-102 dB) THD from 20 
Hz to 20 kHz (typically 0 0003%); 0 0018% (-95 dB) THD 
from 10 Hz to 20 Hz. and from 20 kHz to 50 kHz. 0 0032% 
(-90 dB) THD from 50 kHz to 100 kHz (Rl >600 Q). 

Output Impedance — 600 U ±2%; floating or grounded 
through -30 11. Output impedance does not change with OUT- 
PUT ON/OFF selection Maximum floating voltage ±30 V 
peak 

Max Output Voltage — At least 6 V RMS open circuit; 3.16 V 
RMS ( + 10 dBV or +12.2 dBm) into 600 n. 

SYNC OUTPUT 

Signal — 200 mV RMS ±20% sinewave to 20 kHz, at least 
120 mV RMS at 100 kHz. 

Frequency — Same as mam output. 

Impedance — 1 kll ±10%. ground referenced and isolated 
from main output. 

REAR INTERFACE SIGNALS 

Buffered Main Output — Buffered version of actual output 
signal from front panel connector. <*=300 fl Output impedance 
Sync Output — Same as front panel SYNC OUTPUT except 
output impedance is *»50 Q. 

OPTION 01 IM TEST SIGNAL 

Selecting the IM Test Signal causes a LF sinewave to be mixed 
with the normal oscillator signal in a 4.1 amplitude ratio 
Lf Frequency — Internally selectble 60 Hz ( ± 1 Hz) or 250 Hz 
(±3 Hz). 

Main Output — Composite p-p output within 0.2 dB of normal 
oscillator mode output. 

Residual IMD — Typically <0 0005% from 2.5 kHz to 10 kHz. 
Sync Output — Lf signal component only. 200 mV RMS 
± 20 % 



ORDERING INFORMATION 



SG 505 Oscillator $690 

Option 01 (IM Test Signal) Add $150 



The SG 505 Oscillator: it features the lowest dis- 
tortion level commercially available today in the 
10 Hz to 1 10 kHz band (0.0008% between 20 Hz 
and 20 kHz). The SG 505 assures you of freedom 
from residual distortion effects, particularly critical 
when making audio and communication measure- 
ments. And, this extremely low distortion is coup- 
led with many designed-in convenience features. 

For instance, the main signal output may be float- 
ed to help avoid interference due to troublesome 
ground loops, or it may be ground referenced. 
The SG 505 also features an isolated and ground 
referenced sync output. This allows you to moni- 
tor the phase or the frequency of the output of 
the oscillator without disturbing the floating out- 
put of the main signal 

MAIN OUTPUT 

Frequency Range — 10 Hz to 100 kHz in four overlapping 
bands Accurate within 3% of dual setting (with Vernier at cen- 
ter) Vernier Range is at least ± 1% of frequency setting. 
Calibrated Output — Selectable from +10 dBm to -60 dBm 
into 600 it in eight 10 dB steps Accurate to within 0.2 dB at 
+ 10 dBm and 1 kHz. Step accuracy is ±0.1 dB/10 dB step. 
An uncalibrated control provides continuous variation from at 
least +2.2 dB to < -10 dB from calibrated positon. 
Amplitude Response — Level flatness ±0.1 dB from 10 Hz to 
20 kHz (1 kHz ref); within 0.2 dB from 20 kHz to 100 kHz 
excluding -60 dB output level range) 




TEK OSCILLOSCOPES 




SC 504 




80 MHz Oscilloscope 



SC 504 



80 MHz Oscilloscope 
5 mV/div Max Sensitivity 
5 ns/div Max Calibrated Sweep Rate 
Enhanced Automatic Triggering 
True X-Y Capability 
Switchable Rear Interface Capability 



The addition of this plug-in scope makes many 
new configurations possible, especially for those 
applications demanding higher bandwidth capa- 
bilities. A double-wide plug-in, the SC 504 is 
compatible with all existing TM 500 Plug-ins and 
multi-compartment mainframes. 

The SC 504 is a general purpose, dual-trace, non- 
delayed-sweep oscilloscope. It has a high writing 
speed with a maximum sensitivity of 5 mV/div, 
and a maximum sweep rate of 5 ns/div (with 
magnifier). This oscilloscope features Add (Ch 1 
+ Ch 2), differential (Ch 1 — Ch 2), and "true’ X- 
Y modes, and also includes rear interfacing capa- 
bility (switchable Ch 1, Ch 2 and ext trig inputs). 
Enhanced auto triggering, trigger view, and vari- 
able trigger holdoff make this oscilloscope very 
versatile and easy to use. The P6108 and P6062B 
are the Tektronix Probes recommended for use 
with the SC 504 

VERTICAL DEFLECTION 

Bandwidth at - 3 dB points — Dc to at least 80 MHz from 
0°C to 35°C; dc to at least 70 MHz from 35°C to 50°C. 

Rise Time — 4 4 ns or less from 0°C to 35°C; 5 ns or less 
from 35°C to 50°C. 

Ac Low Frequency Response (lower -3 dB points) — With- 
out probe. 10 Hz; with 10X probe. 1 Hz. 
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Deflection Factors — Calibrated Range: 5 mV to 10 V/div, 1 1 
steps in a 1-2-5 sequence 

Accuracy — ±2%. + 15°C to +35°C; ±3%. 0°C to 50°C. 
Uncalibrated Range — Continuously variable between calibrat- 
ed steps. At least 2.5:1 range. Extends maximum deflection 
factors to at least 25 V/div. 

Modes — Ch 1. Ch 2. Alt.. Chop. Ch 1 minus Ch 2. Ch 1 plus 
Ch 2. X-Y. Chop rate at least 250 kHz. 

Input R and C — 1 M12 ± 1% paralleled by =20 pF. 

Max Input Voltage — 250 V (dc + peak ac). 500 V p-p ac at 1 
kHz or less 

Common-Mode Rejection Ratios — At least 50:1 up to 1 
MHz. and 10:1 from 1 MHz to 10 MHz when using the same 
attenuator settings, common-mode signal 5 divisions or less 
Position Range — ±6 div. 

Delay Line — Permits viewing leading edge of displayed 
waveform. 

Calibrator — 0 6 V. ± 1%. = 1 kHz frequency 

HORIZONTAL DEFLECTION 

Sweep Generator — Calibrated Sweep Rates: 0.2 s to 50 
ns/div. 21 steps in a 1-2-5 sequence, plus a X10 magnifier for 
sweep rates fo 5 ns/div. Uncalibrated (variable) Range — The 
CAL (variable) control provides sweep rates that are continu- 
ously variable between the calibrated rates, and extends the 
slowest sweep rate to at least 0.5 s/div. 

Sweep Rate Accuracy — Measured over center 8 divisions, 
excluding first 50 ns and all after the first 1 0 divisions of magni- 
fied sweep Derate accuracies by an additional 1% from 0°C to 



15°C. and 35°C to 50°C. 


15°C to 35°C 




XI 


X10 


20 ms/div to 0.2 jtts/div 


±2% 


±3% 


0.2 s/div to 50 ms/div 


±3% 


±4% 


0.1 /zs/div to 50 ns/div 


±3% 


±4% 



Trigger Holdoff — CAL (vanabte) control, if selected by an 
internal switch, increases trigger holdoff time by a factor of at 
least 20 



X-Y Mode — Bandwidth: Dc to at least 2 MHz Deflection 
Factor, selected by channel 2 controls and honzontal mag XI, 
XI 0 with 5% accuracy. X and Y amplifier phase difference, less 
than 3° at 50 kHz or less. Input parameters same as Channel 
2 

TRIGGER 

Trigger Modes — AUTO. NORM, and SGL SWP. 

Enhanced Auto Trigger — The trigger circuit automatically 
adjusts to spread the peak-to-peak signal over most of the 
range of the triggering level control. This provides more conve- 
nient triggering, especially on low amplitude signals 
Trigger Sources — Ch 1. Ch 2. LINE. EXT. INT. 

Trigger Coupling — Ac. ac Lf REJ, ac Hf REJ, dc. 

Trigger Sensitivity — Minimum Peak to Peak Signal 
Required 



Coupling 


Source 


DC to 
30 MHz 


30 MHz to 
80 MHz 


Dc 


Ch 1. Ch 2 

External 

Interface 


0.4 div 
60 mV 
Typ 50 mV 


1.0 div 
150 mV 
Typ 100 mV 
to 50 MHz 


Ac 


Requirements increase below 
approx 50 kHz 


Ac Lf REJ 


Requirements increase below 
approx 10 kHz 


Hf REJ 


Requirements increase above 
approx 50 kHz 



External Triggering Level Range — > ± 1.4 V. 

External Triggering Input — Input R and C — 1 MW ±10% 
paralleled by approximately 24 pF. Maximum Input Voltage — 
250 V (dc + peak ac); 250 V p-p at 1 kHz or less 
AUTO Mode — Sweep free runs in the absence of a tnggenng 
signal TRIGGER LEVEL range is reduced to approximately the 
p-p range of the triggering signal. 

Single Sweep — Triggering requirements are as for normal 
sweep. When triggered, sweep generator produces one sweep 
only 

CRT 

Phosphor — P31 . 

Acceleration Potential — =12 kV. 

Graticule — Scale, 8 x 10 div with 0.25 in/div internal graticule 
lines. 

REAR INTERFACE 

Ch 1 and Ch 2 Vertical Inputs — Selected by Ch 1 and Ch 2 
coupling in INT (interface) position. Input impedance: 50 Q. Can 
be customer modified for input impedance of 1 Mil paralleled 
by =60 pF. 

Trigger Input — Selected by TRIGGER SOURCE switch in 
INT (interface) position Input impedance: 50 W when selected. 
25 W when not selected Can be customer-modified for input 
impedance of 1 MW paralleled by =40 pF. 

Z-Axis Input — Input Impedance: =1.5 kll. +5 V turns beam 
ON from OFF condition. -5 V turns beam OFF from ON 
condition. 

Channel 1 Output — At least 50 mV/div. Bandwidth: At least 
30 MHz. Output Impedance: <50 W. 

Ramp Output — 0 to + 10 V ramp. Output resistance = 500 W. 

ENVIRONMENTAL CAPABILITIES 

Temperature — Operating: 0°C to 45 °C (to 50 °C in main- 
frames equipped with fan). Nonoperating: -55°C to + 75*C. 
Altitude — Operating: To 15.000 feet. Nonoperating: To 
50.000 feet 

Order SC 504 80 MHz Oscilloscope .. $2910 
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GENERAL PURPOSE 
INSTRUMENTS 



SC 503 




10 MHz Storage Oscilloscope 

SC 503 



10 MHz Bandwidth 



Bistable Storage Auto-erase 

Variable Enhancement and Integration to 
Increase Writing Speed 

Trigger View 

Variable Holdoff 



Switchable Front/Rear X and Y Inputs 
Rear Z Axis Input 
True X-Y Capability 



The SC 503 is a non-delayed sweep, general 
purpose storage oscilloscope which is compat- 
ible with five of our TM 500 Mainframes, (TM 503, 
TM 504, TM 515, TM 506 and RTM 506). 

Because the SC 503 is a storage oscilloscope, it 
can be used to store and display waveforms after 
the input signal is removed This feature is par- 
ticularly useful when measuring slow repetition 
rates or single-shot signals, important in the 
biomedical and mechanical measurements fields. 
Low frequency signals at heart or respiration 
rates can be stored for detailed analysis. In the 
mechanical measurements field the SC 503 can 
"freeze" fast or transient signals from 
transducers, which is especially useful in pres- 
sure and velocity vs. time analysis and shock 
testing 

Other important storage applications of the 
SC 503 include measurements of signals in com- 
puter peripherals, communication terminals and 
industrial control systems. 



Major features of the SC 503 include; variable 
enhancement and integration to increase the 
writing speed of signals with rapid rise times, an 
auto erase mode which erases the stored signal 
and automatically retriggers the oscilloscope, and 
X-Y capability The X-Y capability allows creation 
of Lissajous patterns in many cause and effect 
testing relationships including : acoustic speech 
testing, nerve potential testing, and optical stimu- 
lus response testing. The P6108, P6062B and 
P6060 are the Tektronix recommended probes for 
use with the SC 503. 

VERTICAL DEFLECTION 

Bandwidth at -3 dB points — Dc to at least 10 MHz. (5 mV/ 
div to 20 mV/div); dc to at least 7 MHz (2 mV/div). dc to at least 
5 MHz (1 mV/div). 

Rise Time — 5 mV to 20 V/div, typically 35 ns or less 
Ac Low-Frequency Response (lower — 3 dB points) — With- 
out probe. 10 Hz; with 10X probe 1 Hz. 

Deflection Factors — Calibrated Range 1 mV/dtv to 20 V/div, 
14 steps in a 1-2-5 sequence Accuracy — 5 mV to 20 V/div 
( + 15°C to + 35°C) ±3%. 1 mV/div and 2 mV/div ±5%; (der- 
ate accuracy by additional 1% for 0°C to +50 # C). Uncalibrat- 
ed Range at least 2.5:1 continuously variable between cali- 
brated steps Extends maximum uncalibrated deflection factor 
to at least 50 V/div. 

Modes — Ch 1 . Ch 2. ALT. CHOP. Ch 1 minus Ch 2. Ch 1 plus 
Ch 2. X-Y. Chop rate at least 250 kHz. 

Input Impedance — 1 MU ±1% paralleled by ^47 pF. 
Maximum Input Voltage — 350 V (dc -f- peak ac). 700 V p-p 
ac at 1 kHz or less Above 1 kHz recommended p-p ac limit is 
250 V to 10 kHz derating to 25 V above 100 kHz. 
Common-Mode Rejection Ratio — At least 50:1 at 1 MHz 
when using same attenuator setting, in Ch 1 minus Ch 2 mode 
Delay Line — Permits viewing leading edge of displayed 
waveform. 

Calibrator — 0 6 V, ± 1%. =s1 kHz frequency 
Position Range — ±6 div. 

Channel Isolation — 2% or less display related crosstalk to 10 
MHz 

Displayed Noise — <0.2 mV peak to peak at 1 mV/dtv. 
HORIZONTAL DEFLECTION 

Sweep Generator — Calibrated sweep rates: 2 s/div to 0.5 
pS/div. 21 steps in a 1-2-5 sequence, plus a XI 0 magnifier for 
sweep rates to 50 ns/div Uncalibrated (vanable) Range pro- 
vides continuously variable sweep rates, between the calibrat- 
ed rates, and extends the slowest rate of at least 5 s/div. 



Sweep Rate Accuracy — 


+ 15°C to +35°C 




XI 


X10 


2 s/dlv to 0.5 s/dlv 


±4% 


±5% 


0.2 s/dlv to 5 jus/dlv 


±3% 


±4% 


2 MS/div to 0.5 AS/div 


±4% 


±5% 



Derate accuracy by an additional 1% from 0°C to 15°C and 
35°C to 50°C. 

Tngger Holdoff — At least 20:1 range internally selectable 
X-Y Mode — Bandwidth dc to at least 500 kHz Deflection 
Factor selected by Ch 2 controls and Honzontal Mag XI . XI 0 
Phase Difference <3* at 50 kHz or less 

TRIGGER 

Tngger Modes — AUTO (enhanced). NORM, and SGL SWP 
(single sweep) 

Enhanced Auto Trigger — The tngger circuit automatically 
adjusts to spread the p-p signal over most of the range of the 
triggering level control. This provides more convenient trigger- 
ing. especially on low amplitude signals. 

Tngger Sources — Ch 1, Ch 2. LINE. EXT. INT (rear 
interface) 

Trigger Coupling — Dc. ac. ac Lf REJ 

Trigger Sensitivity — Minimum p-p signal required 



Source 


dc to 5 MHz 


5 MHz to 10 MHz 


Ch 1, Ch 2 


0.4 div 


1.0 div 


External 


60 mV 


150 mV 


Interface 


Typ 35 mV 


Typ 80 mV 



•With ac coupling requirements increase below '50 Hz. With 
ac Lf REJ coupling requirements increase below '10 kHz. 
Triggering Level Range — External: at least ± 1.2 V. Internal 
at least - 6.0 divisions 

External Triggering Input — Input Impedance: 1 MU. paral- 
leled by = 47 pF. Maximum Input Voltage: 350 V (dc + peak 
ac). 350 V p-p at 1 kHz or less. Above 1 kHz recommended p-p 
ac limit is 100 V to 10 kHz derating to 10 V above 100 kHz. 
Auto Mode — Sweep tree-runs in the absence of a triggering 
signal. Level control range automatically varies with the trigger- 
ing signal amplitude for frequencies above 100 Hz. 

Single Sweep — Triggering requirements same as for normal 
sweep When triggered, sweep generator produces one sweep 
only 

STORAGE SYSTEM 

Stored Writing Speed (center 6x6 divisions) — Normal: at 
least 80 div/ms (50 cm/ms). Enhanced: at least 400 div/ms (250 
cm/ms). 

Erase Time — 400 ms to 600 ms 

Auto Erase Viewing Time — Continuously vanable from <0.5 
s to >5 s. 

Msximum Recommended Storage Time — %4 hours. 

CRT 

Phosphor — P44 

CRT Graticule — 8 x 10 div.. 0.25 inch/div (0 64 cm/dtv). Inter- 
nal graticule lines. 

REAR INTERFACE 

Ch 1 and Ch 2 Vertical Inputs — Selected by Ch 1 and Ch 2 
coupling in INT (interface) position. Input Impedance: 50 Q. Can 
be customer-modified for input impedance of 1 MU paralleled 
by ' 100 pF. 

Trigger Input — Selected by TRIGGER SOURCE switch in 

INT (interface) position Input Impedance: 50 U. when selected. 

25 U when not selected Can be customer-modified for input 

impedance of 1 Mu paralleled by 60 pF 

Z-Axis Input — Input Impedance: =*1.5 kU. +5 V turns beam 

ON from OFF condition. -5 V turns beam OFF from ON 

condition. 

Ch 1 Output — At least 50 mV/div. Bandwidth: at least 4 
MHz Output Impedance 50 U. 

Ramp Output — 0 to +10 V ramp Output impedance 
= 500 U. 

ENVIRONMENTAL CAPABILITIES 

Temperature — Operating 0°C to +45°C (0°C to +50°C in 
mainframe equipped with a fan) Nonoperating: -55°C to 
+ 75°C. 

Altitude — Operating: to 15.000 feet, maximum operating 
temperature decreased by 1°C/1000 feet from 5000 feet to 
15.000 feet Nonoperating: to 50.000 feet 

Order SC 503 10 MHz 

Storage Oscilloscope $3150 
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TEK OSCILLOSCOPES 



SC 502 




15 MHz Dual-Trace Oscilloscope 

SC 502 



15 MHz Bandwidth 



Dual-Trace 



20 ns/div Max Calibrated Sweep Rate 

1 mV/div Max Sensitivity 

Delay Line 

Trigger View 

Variable Trigger Hold-off 

Enhanced Automatic Triggering 



The SC 502 is a compact general-purpose 15 
MHz dual-trace oscilloscope designed to operate 
in any two adjacent compartments of TM 500 
Power Module/Mainframes It has a high writing 
speed, a wide range of sweep rates, a wide 
range of deflection factors, and versatile trigger- 
ing, including trigger view and enhanced auto- 
matic triggering 

As with many Tektronix Products, the SC 502 
features circuits, sub-circuits, and components 
designed and built by Tektronix to fulfill the 
special design capabilities of the instrument. 
Among its many recommended uses, the SC 502 
is intended to be a powerful tool in the field 
servicing of digital equipment, where it would be 
used in association with disc memories, key-to- 
tape, printers, plotters, punches, readers, and 
terminals. The CRT of the SC 502 offers a high 
writing speed as an advantage in the display of 
digital information, while stable, clean triggering is 
assured by incorporating well proven circuits. 
Thus, the SC 502 offers the engineer a unique 
combination of performance, compactness, and 
systems capability. 



The SC 502 makes many new instrumentation 
systems feasible, especially in the areas of QA, 
production testing, maintenance, and field servic- 
ing. The rear interfacing capability of the SC 502 
and all TM 500 Instrumentation suggests excep- 
tional applicability to systems of built-in test 
equipment or rackmounted installations. And the 
TM 515 Traveler Mainframe with the SC 502 form 
a nucleus for sophisticated, compact field service 
"packages " 

Tektronix Probes P6062B and P6108 are recom- 
mended for use with the SC 502. 

VERTICAL DEFLECTION 

Bandwidth at - 3 dB points — 5 mV to 20 V/div. dc to at least 
15 MHz. 2 mV/div, dc to at least 10 MHz; 1 mV/div, dc to at 
least 5 MHz 

Rise Time — 5 mV to 20 V/div. 23 ns or less 
Ac Low-Frequency Response (Lower -3 dB points) — 
Without probe. 10 Hz. with probe (1 OX). 1 Hz. 

Deflection Factors — Calibrated range: 1 mV to 20 V/div. 14 
steps m a 1-2-5 sequence Accuracy; 5 mV to 20 V/div (+ 15°C 
to + 35°C) within 2%. (0° to + 50°C) within 3%; 1 mV and 2 
mV/div within 5% Uncalibrated (variable) range At least 2.5:1 
range Continuously variable between calibrated steps. Ex- 
tends max attenuator step to at least 50 V/div. 

Modes — Ch 1. Ch 2. ALT. CHOP. Ch 1 MINUS Ch 2. Chop 
rate at least 250 kHz. Triggering waveform is displayed instead 
of selected display when desired 

Input Impedance — 1 Mil within 1% paralleled by = 47 pF. 
Max Input Voltage — 350 V (dc -+ peak ac). 700 V p-p ac at 1 
kHz or less 

Common-Mode Rejection Ratio (Ch 1 minus Ch 2 mode) — 

At least 30:1 at 1 MHz when using same attenuator setting. 
Channel Isolation — 2% or less display related crosstalk to 15 
MHz. 

Displayed Noise — * 0.2 mV p-p at 1 mV/div. 

Position Range — ±6 div. 

Calibrator — Voltage. 0.6 V ± 1%. Frequency, twice the pow- 
er line frequency 



HORIZONTAL DEFLECTION 

Sweep Generator — Calibrated Sweep Rates; 0.5 s to 0.2 
xs/div. 20 steps in a 1-2-5 sequence, plus a X10 magnifier for 
sweep rates to 20 ns/div. Uncalibrated (variable) Range: the 
CAL (variable) control provides sweep rates that are continu- 
ously variable between the calibrated rates, and extends the 
slowest sweep rate to at least 1 25 s/div. 

Sweep Rate Accuracy — Within 3% unmagnified. 4% magni- 
fied. + 15°C to +35°C. 

Derated by an additional 1% for 0°C to + 15°C and +35°C to 
4 50°C. 

Trigger Holdoff — CAL (variable) control, if selected by an 
internal jumper, increases trigger holdoff time by a factor of at 
least 20. 

External Horizontal Amplifier — Bandwidth: dc coujDled. dc to 
at least 2 MHz. ac coupled <50 Hz to at least 2 MHz Deflec- 
tion Factor. 50 mV/div within 5%. X and Y Amplifier Phase 
Difference. <3* at 50 kHz or less Input Impedance. 1 Mi* 
within 2% paralleled by =47 pF Max Input Voltage: 350 V (dc 
+ peak ac); 350 V p-p at 1 kHz or less. 

TRIGGER 

Enhanced Automatic Triggering — In the automatic mode, 
the trigger circuit automatically adjusts to spread the p-p signal 
over most of the range of the triggering level control. This pro- 
vides more convenient triggering, especially on low amplitude 
signals. 

Trigger Modes — AUTO (enhanced). NORMAL (auto button 
out). SINGL SWP 

Trigger Sources — Ch 1. Ch 2. LINE EXT. 

Trigger Coupling — Dc. ac. ac Lf REJ. 

Trigger Sensitivity — Minimum p-p signal required 



Source 


dc to 5 MHz 


5 MHz to 15 MHz 


Ch. Ch 2 


0.4 div 


1.0 div 


External 


60 mV 


150 mV 



With ac coupling requirements increase below = 50 Hz. Ac Lf 
REJ coupling requirements increase below = 5 kHz. 

Triggering Level Range — Internal at least ±8 div. External: 
at least +1.2 V. 

External Triggering Input — Input Impedance: 1 Mii within 
2% paralleled by =47 pF Max Input Voltage: 350 V (dc + 
peak ac). 350 V p-p ac at 1 kHz or less. 

Auto Mode — Sweep free-runs in the absence of a triggering 
signal TRIGGER LEVEL range is reduced to approx the p-p 
range of the triggering signal. 

Single Sweep — Triggering requirements same as for normal 
sweep When triggered, sweep generator produces one sweep 
only AUTO pushbutton must be in the OUT position for oper- 
ation and for setting triggering controls. 

CRT 

Phosphor — P31 
Deflection — Electrostatic 
Acceleration Potential — = 12 kV. 

Graticule — Scale. 8 x 10 div with 0.25 in/div internal graticule 
lines 

ENVIRONMENTAL CAPABILITIES 

Temperature — Operating. 0°C to +45°C (to + 50°C in 
mainframes equipped with fan). Nonoperating 55 °C to 
+ 75°C 

Altitude — Operating, to 15.000 ft Nonoperating to 50.000 ft. 

Order SC 502 15 MHz Oscilloscope . $2140 
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TEK 



GENERAL PURPOSE 
INSTRUMENTS 



SC 501 




Oscilloscope 

SC 501 



5 MHz Bandwidth 



Single Compartment Size 
6.4 cm (2.5 inches) CRT 
Versatile Operating Features 



The SC 501 is a single-channel 5 MHz plug-in unit 
oscilloscope with a 2.5 inch CRT display which 
occupies a single TM 500 Series Plug-in compart- 
ment. Oscilloscope capability significantly en- 
hances the application range of the 
multifunctional TM 500 Series Test and Measure- 
ment Instruments 



With the SC 501 a multitude of versatile test 
systems may be structured from the TM 500 
Series to suit specific needs for time and frequen- 
cy response, modulating waveforms, power for 
devices under test, stimulus and response stud- 
ies and voltage, current, and temperature mea- 
surements. Since the SC 501 fits any TM 500 
Mainframe, it can be used on the bench, in a 
rack, or on the road. The single-channel SC 501 
has a calibrated vertical deflection range from 10 
mV/div to 1 V/div, selectable in decade steps. A 
variable control extends this range to at least 10 
V/div. 

Calibrated sweep rates are selected by 
pushbutton logic in decade steps from 1 ^s/div to 
100 MS/div (microsecond), and from 1 ms/div to 
100 ms/div (millisecond range). A variable control 
extends the slowest sweep rate to at least 1 s/div 
and a fixed magnifier extends the fastest sweep 
rate to 200 ns/div. 

A 0 to 10 V ramp for all sweep rates (excluding 
the X5 magnification) is provided at a rear inter- 
face connector. This capability may be used for 
many auxiliary functions such as sweeping a 
voltage-controlled frequency oscillator or obtain- 
ing variably delayed pulses from the PG 505 
Pulse Generator 

The triggering circuits allow stable triggering from 
either internal or externai sources. An AUTO 
triggering mode and manual LEVEL/SLOPE se- 
lection is combined in a single control. It is useful 
above 10 Hz and provides a bright baseline at all 
sweep rates. 

An internal switch converts the horizontal deflec- 
tion system of the SC 501 to an external horizon- 
tal amplifier which is internally calibrated for 100 
mV/div deflection factor with a bandwidth of 100 
kHz 



VERTICAL DEFLECTION 
Bandwidth — Dc to >5 MHz. 

Daflaction Factors — 10 mV/div. 100 mV/div. and 1 V/div 
Accuracy, within 3% Uncalibrated (variable) range, continuous- 
ly variable between steps (10:1) and to at least 10 V/div. 

Input Coupling — Ac or dc. 

Input Impedance — 1 MU paralleled by 47 pF. 

Max Input Voltage — 350 V (dc + peak ac). 

HORIZONTAL DEFLECTION 

Time Base — Calibrated sweep rates: 1 n&ldiv to 100 ms/div 
in decade steps Uncalibrated (variable) range: extends slowest 
calibrated rate to >1 s/div. X5 magnifier (fixed): extends fas- 
test calibrated sweep rate to 200 ns/div. Accuracy (over center 
8 div): >5% for all sweep rates. Linearity (any two div portion 
within center eight div): >5%. 

External Horizontal Amplifier — Bandwidth: dc to 100 kHz. 
Input Impedance: >100 kll paralleled by 25 pF. Max input volt- 
age ±3 V. 

TRIGGER 

Normal Trigger Sensitivity (Triggsr Level/Slope In) — Inter- 
nal dc coupled. 0 4 major div of deflection at dc; Increasing to 
1 0 major div of deflection at 5 MHz External: dc coupled. 1 V 
minimum to 5 V max from dc to 5 MHz. External trigger input 
impedance: 22 kll paralleled by = 150 pF. 

Auto (Trigger Level/Slope Out) — Sweep free-runs in ab- 
sence of trigger signal, or for trigger repetition rates below 10 
Hz 

CRT 

Phosphor — P31 

Graticule — 6 X 10 div (0.203 in per div). 

Order SC 501 5 MHz Oscilloscope ... $1040 



OSCILLOSCOPES COMPARISON CHART 





SC 504 


SC 503 


SC 502 


SC 501 


CRT 


8x10 div, 0.25 in/div 
P31 Phosphor 


8x10 div, 0.25 in/div, 
Bistable Storage, P44 
Phosphor 


8x10 div, 0.25 in/div 
P31 Phosphor 


6x10 div, 0.203 in/div 
P31 Phosphor 


Vertical 
(Y) axis 


Dual-trace. 80 MHz, 

5 mV/div to 10 V/div, 
Alt, CHOP, Ch 1 minus 
Ch 2, Ch 1 + Ch 2, X-Y 
modes 


Dual-trace, 10 MHz, 

1 mV/div to 20 V/div, Alt, 
CHOP, Ch 1 minus Ch 2, 
Chi + Ch 2, X-Y modes 


Dual-trace, 15 MHz, 1 mV/ 
per div to 20 V/div (5 and 
10 MHz bandwidth at 1 and 
2 mV) ALT, CHOP, and 
Ch 1 minus Ch 2 modes 


5 MHz bandwidth, 10 mV/ 
div to 10 V/div 


Horizontal 
(X) axis 


Triggered sweep 50 ns/div 
to 0.2 s/div with XI 0 
magnifier. Enhanced auto 
trig, line ext/int trig, 
single sweep, external 
horizontal input, variable 
trigger holdoff 


Triggered sweep 50 
ns/div to 2 sec/div with 
XI 0 magnifier. Enhanced 
auto trig, line, ext/int 
trig, single sweep, external 
horizontal input, variable 
trigger holdoff 


Triggered sweep 200 
ns/div to 0.5 s/div with 
X10 magnifier, enhanced 
auto, trigger, line, ext/int 
trig, single sweep, external 
horizontal input, variable 
trigger holdoff 


Triggered sweep 1 ^s/div 
to 1 s/div with X5 mag- 
nifier to 200 ns/div, 
normal/auto trigger, in- 
ternal/external-trigger, 
external horizontal input 


Other 

features 


Trigger view, switchable 
rear interface capability 


Bistable storage, auto 
erase, variable enhance- 
ment and integration, rear 
interface capability, trigger 
view 


Trigger view 


Compact display 


Price 


$2910 


$3150 


$2140 


$1040 
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TdU' PROGRAMMABLE 
I Lir\ MULTIFUNCTION INTERFACE 



GENERAL PURPOSE 
INSTRUMENTS 



INTERFACE PRODUCTS 

The term "Interface Product" is used here as a 
generic term and is meant to describe a combina- 
tion of TM 5000 products designed to provide a 
solution to the problem of interfacing test and 
measurement instruments to a device under test, 
a control process, or to the external environment. 
These products supply digital input and digital 
output data to control instruments, indicators, or 
relays and can accept digital data from switches, 
pushbuttons, and other digital data sources. Mul- 
tiple processes can be controlled in parallel by 
programming the interface products to conduct a 
sequence of events which can be executed while 
a system controller directs activity elsewhere. 



ora 

Ml 5010 

[GPlBl 

The Ml 5010 is designed to comply with IEEE 
Standard 488-1978, and with Tektronix Codes 
and Formats Standard. 



Customer Configured 
Automatic Self Test 



Triggered Externally or on Command 
Built in Real Time Clock 



Ml 5010 




Programmable Multifunction Interface 



with the microprocessor control card removed 
The combination of the Ml 5010 and the MX 5010 
allows a total of six function cards to be con- 
trolled by the microprocessor control card in the 
Ml 5010 via commands from the GPIB. 

Digital control signals between the MX 5010 and 
the Ml 5010 are connected via a flat ribbon cable 
at the backplane connector. 

Order MX 5010 Interface Extender $650 



Mnemonic Instructions 

50M30 — Programmable Digital Input/Output 

Instruction Buffer for Unattended Operation Card 



The Ml 5010 Programmable Multifunction Inter- 
face is a two-wide, TM 5000 Series plug-in capa- 
ble of accepting a total of three function cards. 
The Ml 5010, with appropriate function cards 
installed, is a GPIB compatible system capable 
of: 

-Producing, on command from a GPIB controller, 
either analog or digital output signals to control 
the events or conditions in an external system. 
-Receiving, on request from a GPIB controller, 
input signals (analog or digital) from external 
sensor points that represent events or condi- 
tions in an external system. 

The Ml 5010 has its own intelligence and a built in 
buffer capable of storing from 80 to 300 com- 
mands (depending on command length). The 
buffered commands are sequenced in order and 
can be paced with a built-in real time clock, built- 
in wait timer, external trigger or software trigger 
from the system controller 
One, two, or three function cards plug into the 
front of the Ml 5010 and communicate with a 
microprocessor control card in the Ml 5010 via the 
backplane connectors of the Ml 5010. 

Each function card in the Ml 5010 or MX 5010 
contains its own ROM with the specific firmware 
required for that function. Each function can be 
programmed with its own, unique set of software 
commands. 

Order Ml 5010 Multifunction 

Interface $1350 

MX 5010 — Multifunction Interface Extender 

The Multifunction Interface Extender is a two- 
wide, TM 5000 plug-in which, when used, me- 
chanically attaches to the Ml 5010 and provides 
the capability of accepting three extra function 
cards into the system. The multifunction interface 
extender is electrically identical to the Ml 5010 
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16 Digital Input and 16 Digital Output Lines 



Triggered Externally or on Command 



Mnemonic Instructions 



Self Test and Error Indicator 



The Programmable Digital Input/Output Card is a 
function card used in either the Ml 5010 or the 
MX 5010. The 50M30 contains its own ROM with 
the firmware specified for the card, and is pro- 
grammed with its own set of software 
commands. 

The 50M30 provides 16 digital input and 16 digital 
output lines. The digital inputs accept data from 
pushbuttons, switches, contact closures, and 
most digital devices capable of supplying TTL 
output levels. The digital outputs provide TTL 
levels to control various types of test and mea- 
surement instruments, relays, indicators, etc. The 
digital outputs can be configured for open-collec- 
tor outputs by positioning internal jumpers and 
using power supplied by the user. 

Programming of the 50M30 is via the IEEE-488 
(GPIB) bus specified and described in IEEE-488 
Standard 488-1978. System commands sent to 
the Ml 5010 Microprocessor, along with special- 
ized programming commands unique to the 
50M30, control the selection of the data 
input/output channels and the arming/trigger 
functions of the card. 

Four lines at the front panel connector operate as 
input/output pairs to handshake data with the 
user's external system One handshake pair al- 
lows the user’s data source to be synchronized 
with the 50M30 data input register and the other 
handshake pair allows the user's data storage 
device to be synchronized with the 50M30 data 
output register 



50M30 CHARACTERISTICS 

Data Outputs Using Internal Supply — 16 open-collector TTL 
with 2 kW pullup resistors. Logical T; +5 V ±2% (open cir- 
cuit). Source current 2.5 mA ±7% maximum. Logical *0’; 
«s0.2 V Sink current -40 mA maximum. 

Data Outputs Using External (User) Supply — Maximum 
Voltage. +15 V. Pull-up Resistors; 2 kit. Logical T Equal to 
external supply voltage (open circuit). Source current = 7.5 
mA ± 5% plus external supply tolerance Logical 'O’; <0.2 V. 
Sink current 40 mA maximum. 

Data Inputs — Input Buffers; 16 Schmitt triggers Logical T 
( + V threshold); +1.6 V ±25%. Source current = -0.14 mA 
nominal. 0.16 mA maximum. Logical 'O’ (-V threshold); 
± 0.8 V ± 40% Source current = -0.18 mA nominal. -0.21 
mA maximum. 

Order 50M30 Digital Input/Output Card . $400 



50M40 — 

Programmable Relay Scanner Card 



16 Mercury Wetted Relay Contacts 



Triggered Externally or on Command 



Mnemonic Instructions 



Self Test and Error Indicators 



The Programmable Relay Scanner Card is a func- 
tion card used in either the Ml 5010 or MX 5010. 
The 50M40 contains its own ROM with the 
firmware specified for the card, and is pro- 
grammed with its own set of software 
commands. 

The 50M40 provides 16 independent, normally- 
open relay contacts. The relay contacts may be 
used as switch closures to supply power to sever- 
al external points from one source, or scan sever- 
al sources and supply various inputs to a single 
measurement device. 

The desired relay switch pattern is configured by 
the user with internal jumpers. When the configu- 
ration has been established, the relay scanning 
sequence, open and close operations, and trig- 
gering events are programmed over the IEEE-488 
(GPIB) bus described in IEEE Standard 488-1978. 
The relay channel configurations are not program- 
controlled and the 16 relay contacts must be 
jumpered in various combinations of switch clo- 
sure patterns. Three possible combinations are: 

4 groups of 4 individual relays 
2 groups of 8 individual relays 
1 group of 16 individual relays 
Scanning sequence and relay closure is accom- 
plished under program control. Two logic signal 
lines on the front panel connector are provided 
for externally controlling the 50M40 -one as an 
output (READY) to indicate to the user when the 
relays have settled, and the other as an input 
(EXT TRIG) to tell the Ml 5010 Microprocessor that 
the user is ready for the relay switch configuration 
to close. 

50M40 CHARACTERISTICS 

Type of Relays — Mercury wetted reed 

Possible Configurations (Jumper Selectable) — 1 of 4. 4 

each 1 of 8. 2 each.1 of 16. 1 each. 1 of 12 and 1 of 4. 1 each. 
Pull In Time. 3 ms. nominal 30 V connected to common port 
through 30 Ml. Release Time; 3 ms. nominal. Sequence 
through all relays Contact Resistance; 0.5 U nominal (end of 
life). Peak Applied Voltage, 40 V. maximum. Peak Contact Cur- 
rent. 1 A, maximum. Breakdown Voltage; 100 V dc plus peak 
ac Frequency Range. Dc to 1 MHz. 

Order 50M40 Relay Scanner Card $575 




TCU' GENERAL PURPOSE 
I LZiX INSTRUMENTS 



PROGRAMMABLE 

SCANNER 



50M70 — Programmable Development Card 



Develop IEEE-488 Specialized Functions 
Easily 



Mnemonic Instructions 



Self Test and Error Indicator 



The Programmable Development Card is a func- 
tion card used in either the Ml 5010 or the MX 
5010. The 50M70 contains its own ROM with the 
fimware necessary for IEEE -488 operation of a us- 
er's specialized circuit. 

The 50M70 contains two interface logic registers, 
address and data buffers, a breadboard area for 
user development, and (as previously mentioned) 
its own firmware 

Possible applications are 

— Specialized DAC/ADC functions 
— Timing functions 
— Special communication interface 
functions 

— Keyboard/Display functions, etc. 

Special features of the 50M70 include: 

— Programmable data direction registers 
(input/output) 

— Programmable trigger conditions 
— Programmable data transfer, register 
configuration, status, and interrupts 
— Front panel edge connector configured 
by the user 

50M70 CHARACTERISTICS 

I/O through I/O 7 — Open-circuit voltage on Pins 1 through 8 
on J1200. J1202, J1210. and J1214. Output High Level; +2.4 
V minimum. +5.5 V maximum. Output Low Level; 0 V mini- 
mum. + 0.4 V maximum Load current - 1.6 mA nominal. 
Maximum Load (Sink) Current (Any Output); 3.2 mA at 0.4 V 
dc Input Low Current; 1.3 mA nominal. 2.4 mA maxi mum. Vj n 
- 0.4 V dc. User Ground Points. Analog Ground; TP1201. 
TP1202 Digital Ground; TP1211. TP1212 
ACTIVE Indicator Voltage — Output High Level; +2.4 V mini- 
mum. + 5.5 V maximum. J1216. pin 1 pulsed for 20 ms or 
greater 

READY Lines — Pin 10 on J1200 and J1210. Output High 
Level; +2.4 V minimum. +5.5 V maximum. Il, - - 200 M A. 
Output Low Level, 0 V minimum. 0.4 V maximum. Il - 3.2 mA 
maximum. 

TRIG Lines — Inputs on pin 9 of J1200. J1202. J1210. and 
J1214. Input leakage current =* 1.0 nA minimum. 2.5 nA mixi- 
mum. Minimum Hold Time; 3 ms. 

ACCEPT/ERROR Lines — Pm 10 J1 21 4/Pin 10 J1202. Output 
High Level; +4.5 V minimum. +5.5 V maximum. Il - 10 mA. 
Output Low Level; 0 V minimum. +0 4 maximum II - 3.2 mA 
maximum. 

ERROR Line States — High during self-test, goes low if no 
error. 

J1 201 . Pin 1 ; + 26 V dc. ± 9%. 1 00 mA maximum. J1 201 . Pin 
2. - 26 V dc. ±9% 100 mA maximum. J1212. Pin 1; +8 V dc. 
±5% 600 mA maximum J1212. Pin 2; 

+ 5 V dc. ± 5%. 1 .5 A maximum. 

Total Combined Power Limit — Not to exceed 7.5 W. 
Standard Accessories — Function Card Extender Cable 015- 
0430-00. one Reference Guide 070-3832-00 

Order 50M70 Development Card $325 



$50 



SI 5010 




Programmable R.F. Scanner 

CB3) 

SI 5010 

[GPIBl 

I IEEE-4881 

The SI 5010 is designed to comply with IEEE Stan- 
dard 488-1978, and with Tektronix Codes and 
Formats Standard 



Software Configured 
Mnemonic Instructions 



Triggered Externally or on Command 
Built in Real Time Clock 



Instruction Buffer for Unattended Operation 
350 MHz Bandwidth (1 ns Rise time) 



The R.F. scanner is a two-wide, TM 5000 plug-in 
capable of scanning and switching 16 different 
signal channels, or a combination of signal chan- 
nels, under program control. OPTIMUM frequency 
response is 350 MHz. 

Of the 20 front panel BNC connectors used for 
channel switching, 16 are connected internally to 
16 R.F. reed relays and 4 are connected to com- 
mon points The common points act as output 
connectors to an external system. The 16 relays 
can be programmed to connect to the common 
points in various combinations. Three possible 
combinations are: 

4 groups of 4 channels 
2 groups of 8 channels 
1 group of 16 channels 

For scanning, channel grouping is always done in 
groups of four with each individual channel exhib- 
iting a characteristic impedance of 50 fts and pro- 
viding minimum R.F. signal degradation when 
configured for one or more groups of 4 individual 
channels. Channel rise time for groups of 4 chan- 
nels is approximately 1 nanosecond and de 
grades to about 4.0 ns for 1 group of 16. 



It is possible, under program control, to build a 
matrix using any or all 16 input channels while 
leaving the normal output channels disconnected 
The possible number of combinations precludes 
characterization, and it is recommended that any 
such matrix established be characterized if deg- 
radation of signal quality is a consideration. 

The SI 5010 has its own intelligence and a built in 
buffer capable of storing from 80 to 300 com- 
mands (depending on command length). The 
buffered commands are sequenced in order and 
can be paced with a built-in real time clock, built- 
in wait timer, external trigger or software trigger 
from the system controller 

SI 5010 CHARACTERISTICS 

RF Connectors — Twenty BNC connectors, sixteen channel 
and four common 

Control Input (Ext Trig) — External Trigger; TTL compatible 
Control Output Data Accepted (READY) — TTL compatible 
Output goes high when relays have settled 
Channel Configuration (Software Selectable) — 1 . 2. 3. or 4 
groups of 4 channels 2 groups of 8 channels 1 group of 16 
channels 

Frequency Response — Any 1 group of 4; -3 dB at 350 
MHz. decreasing to -6 dB at 500 MHz or greater Any 1 group 
of 8. -3 dB at 175 MHz or geater Any 1 group of 16; -3 dB 
at 80 MHz or greater 

Pori (Channel) Isolation — 40 dB at 100 MHz. 
Characteristic Impedance (Each Channel) — 50 0 See 
VSWR specification 
Rise Time (Each Channel) — <1 ns. 

Voltage Standing Wave Ratio (VSWR) — Any 4 channel 
group. 1.25:1 at 100 MHz. increasing to 1.8:1 at 350 MHz. Any 
other combination. 1.5:1 at 100 MHz. 2:1 at 225 MHz. 
Insertion Loss — <1 dB at 100 MHz. 

Channel Delay Matching — Any group of 4. 50 picose- 
conds Any group of 8. 110 picoseconds Group of 16; 310 
picoseconds 

Type of Relays — 16 Form A. EAC 05Y21A1 40 BAB. or 
equivalent 4 Form *C’, TO-5. Teledyne 712-6. or equivalent 
Pull In Time; 3 milliseconds Release Time; 3 milliseconds 
Breakdown Voltage. 350 V (dc + peak ac) Senes Path Resis- 
tance (End of Ufe). 0.5 if. 

Peak Carry Voltage — Unterminated; 40 V maximum. 50 il 

terminated; 12.5 V maximum 

Peak Contact Current — 0.25 A maximum. 

Peak Switching Voltages — Unterminated. 15 V Maximum 
50 if; 3.73 V Maximum 

Peak Switching Current — .01 Amp Maximum. 

Order SI 5010 R.F. Scanner $1850 



Optional Accessories — 

015-0430-00 User Cable 
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Operator Skill Spectrum 



CE3) 

4041 System Controller 

[GPlBl 

Iieee 4eeJ 

The 4041 is designed to comply with IEEE Stan- 
dard 488-1978 and with Tektronix Codes and 
Formats Standard 



Optimized for Instrumentation Control 

Modular Design - Rackmount or Portable 

Efficient, Easy to use BASIC Language with 
Extensions 

Expandable Capability Through Memory (to 
160K Bytes) and Other Options 



The new 4041 Controller is a powerful, flexible, 
expandable IEEE-488 systems controller de- 
signed to work with Tektronix and other vendor s 
IEEE-488 instruments. While the basic unit is 
intended principally for low user-skill environ- 
ments such as production line testing, a variety of 
options and peripherals will equip the 4041 for full 
interactive flexibility in research lab applications. 
Tektronix full line of terminals (graphics or alpha- 
numeric, storage or raster, and color) are fully 
compatible to create an optimum programmer 
interface in the more sophisticated areas. Soft- 
ware features similarly span the range from the 
occasional programmer to the sophisticated pro- 
gramming team tackling complex products. The 
basic 4041 compactness, coupled with compact 
TM 5000 IEEE-488 instruments, permits configura- 
tion of very compact systems which can go into 
applications impractical for earlier generations of 
systems. 



In test and measurement systems applications 
the computer skills of the operator typically range 
from moderately high to zero. Laboratory applica- 
tions are frequently interactive, where the 
engineer/programmer/operator are all the same 
person On a production test station, operator 
computer skills are low. Unattended testing has 
no operator by definition. The 4041 controller was 
designed, with options and peripherals, to fit 
these differing needs. The standard 4041 is an 
"execute only" controller; it can only run previous- 
ly developed programs The operator cannot 
tamper with programs, or even list them. The 
standard 4041 is non-intimidating, with operator 
interaction limited to reading prompts from the 
alphanumeric display, inserting a DC 100 tape 
casette, and pressing a small number of keys. 
Extensive error handling and trapping capabilities 
can keep the system from "crashing" in almost all 
situations. Hard copy, perhaps for applications 
such as failure tags to be attached to a defective 
unit under test, can be automatically generated 
on the built-in printer. Up to four ports, two IEEE- 
488 and two RS-232, permit networking to host 
computers, up to 28 IEEE-488 instruments, or 
even segregation of fast and slow instruments 
onto two busses to maximize throughput. 

At the sophisticated end of the operator spec- 
trum, an RS-232 CRT terminal attached to a 4041 
with program development ROM packs (Option 
30) provides a flexible interactive workstation for 
the sophisticated programmer. Peripherals such 
as printers, plotters, and mass storage add fur- 
ther power. This configuration would be typical in 
research labs, or for the test engineer to develop 
programs which will then be run by lower skilled 
operators on the production line with execute- 
only 4041s 



Programmer Skill Spectrum 

Most test programs are written by "electronics 
types", not computer science majors Many test 
engineers write programs only occasionally, and 
later modifications and maintenance are frequent- 
ly done by a second party since "the guy who 
wrote the program doesn’t work here anymore". 

At the other end of the spectrum, however, are 
complex requirements demanding a team ap- 
proach to writing the program and sophisticated 
and powerful techniques to maximize memory 
utilization and minimize run time. 

BASIC is an excellent language for the occasional 
programmer, and was chosen for the 4041. Its 
English-like commands, simple syntax, and line- 
by-line interpreter implementation combine for 
friendly, easy use. To improve the self- 
documenting characteristics and thus reduce 
maintenance costs, 4041 BASIC is enhanced by 
several features. Variable names may be up to 8 
characters, allowing the programmer to select 
meaningful names like RISETIME, VOLTAGE 1, or 
DELAY. Subprograms and program lines may be 
named, with examples such as SRQHANDL or 
CALCRMS 

Simple BASIC leaves much to be desired for most 
sophisticated programmers. 4041 BASIC includes 
many enhancements such as FORTRAN-like 
subprograms Variable passing from main to 
subprograms and the ability to declare any 
variables as local or global means that a team of 
programmers can work quite independently on a 
massive task, with the main program ultimately 
being not much more than a series of 
subprogram CALL statements. Other powerful 
features include optional data types (short and 
long floating point plus integer), a COMPRESS 
command to optimize memory use, a proceed 
mode which overlaps I/O and processing oper- 
ations for maximum system speed, logical unit 
assignment capability, and up to 160k bytes of 
memory directly addressable without overlays or 
paging techniques 



4041 Architecture 

The 4041 controller contains three micro- proces- 
sors, with the CPU being the powerful 16-bit 
68000 Standard memory is 32k bytes (approxi- 
mately 25k user-available), with optional 32k incre- 
ments to 160k maximum A 20-character alphanu- 
meric LED display, 20 character thermal printer, 
DC- 100 casette drive, 18 function keys, an IEEE- 
488 port, and a RS-232 port are standard A real 
time clock and calender capability are standard 
on the 4041. Option 01 adds a second pair of 
ports (one IEEE-488 and one RS-232). The Option 
01 IEEE-488 port has Direct Memory Access 
capability Other options include an 8-bit parallel 
TTL port, (Option 02) the program development 
ROMs and carrier (Option 30), and a program 
development/debug keyboard (Option 31). Op- 
tions 30 and 31 could thus let a test engineer 
easily and temporarily convert an installed ex- 
ecute-only 4041 into a debug/edit mode, make 
necessary program changes, and restore it to the 
tamper-proof condition. Extensive program devel- 
opment, however, would normally be accom- 
plished at a programming station consisting of an 
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Option 30 4041 plus a CRT terminal to permit 
multi-line viewing of program listings 

The 4041 package is a compact monolithic unit of 
identical height and width to the TM 5003 Power 
Module A 4041 and TM 5003 can be easily 
fastened together and used on the bench or 
rack-mounted as a single unit, leading to extreme- 
ly compact system configurations suitable for 
crowded benches and racks or use in vans, 
ships, and aircraft. 

Test and Measurement Orientation 

The 4041 controller was developed simultaneous- 
ly with the TM 5000 instrument family, and opti- 
mized as an instrument controller. Many of the 
IEEE-488 functions are simple high level com- 
mands in 4041 BASIC. Examples include ATN, 
GET, LLO, and several others. In its power-up 
default condition, the 4041 implements Tektronix 
Codes and Formats standard and thus can 
communicate instantly with Tektronix IEEE-488 
instruments without any programmer attention to 
formats, syntax, delimiters, number format, etc. 
However, the 4041 also has virtually complete, 
programmable control over every IEEE -488 line 
and condition. When this ability is combined with 
the 404 1’s Logical Unit assignment and stream 
specification ability, virtually any IEEE-488 instru- 
ment or device can be easily handled. The stream 
specification ability means that a particular de- 
vice's format, syntax, end-of-message character, 
and other idiosyncrasies can be described one 
time in a Logical Unit assignment statement. 
Thereafter, the programmer can control or obtain 
data from that instrument as easily as from an 
instrument which fully complies with Tektronix 
Codes and Formats Standard 

The error trapping and handling capabilities of the 
4041 are of particular importance in test and 
measurement systems. Virtually any category of 
error — in instruments, peripherals, on the bus, or 
even within the 4041 — can be trapped and 
handled by software drivers. When coupled to 
the powerful self-diagnostics and error reporting 
features of TM 5000 instruments, very fault-toler- 
ant systems can be configured which demand 
little or no operator skill. 

Front Panel Keyboard 

System Keys 

AUTO-LOAD — Causes the internal magnetic tape to rewind 
and find the 'AUTOLOAD* program. This program is then load- 
ed into memory and execution begins. 

ABORT — Halts program execution if no user-specified han- 
dler routine is called by the program If a handler routine is 
specified for the ABORT key, program control is passed to that 
routine. 

PROCEED — Performs one of the following functions depend- 
ing on equipment or program state: 

1 . Causes program execution to start at the next program line 
if a PAUSE was encountered 

2. Resumes execution after an ABORT. If a program is loaded 
from the tape, execution starts from the first program line. 

3. Delimits user input when requested from an INPUT 
statement. 

CLEAR — Clears the alphanumeric display Does not clear 
user-defined prompts or the input cursor from an INPUT 
statement 

EEX — Causes the number requested by an INPUT statement 
to be entered in scientific notation. Numbers entered after 
pressing the EEX (Enter Exponent) key are considered part of 
the exponent 



PAUSE — Halts the program after executing the current line. If 
the current program line is an INPUT statement, the program 
stops before the execution of INPUT 

User-Definable Function Keys 

Ten numeric user -definable function keys. 0-9. can be assigned 
subroutines by the applications program. The keys may be re- 
defined by the program during execution to allow for unlimited 
user routines. The function keys can be enabled or disabled 
under the control of a program 

Numeric values are assigned to these keys for entering infor- 
mation requested by an INPUT statement. When input has 
been completed, user functions assigned to these keys are re- 
enabled 

The other two keys on the front-panel keyboard are the deci- 
mal key (*.*) and the minus (‘ - *) key. The decimal key is pro- 
vided for decimal point entry associated with numeric and the 
minus key is used to enter negative numbers associated with 
numenc. 

Keyboard overlays may be used for labeling the function keys 
with a number or an abbreviation of the user routines. 

Front-Panel Display 

The front-panel display communicates test procedures and op- 
erator prompts and displays intermediate or final program re- 
sults. The display is fully programmable 

Alphanumeric Display 

Twenty character alphanumeric line 
Sixteen segment LED 

Size: height 4 1 mm (0.16 in) width: 3.3 mm (0.13 in) 
Characters per cm: 1 .6 char, per cm (4 char per in) 

Sixty-four character symbols 
Message viewing time programmable 
Scrolling rate: programmable 

System Indicators 

Four LEDs located on the display front panel indicate the sta- 
tus of the system 
BUSY — 

Indicates that a program is running. A blinking BUSY light indi- 
cates that the system has PAUSED (temporarily halted). 
POWER — 

Indicates the machine is on. 

I/O — 

Indicates that an Input/Output operation is being performed. 
FN — 

Indicates that the user-definable function keys are enabled 

Magnetic Tape Drive 

The magnetic tape drive is used to store user s programs and 
data. The tape is the primary means of loading programs, par- 
ticularly for execute-only applications; in addition, the tape 
drive provides for long-term unattended data logging. File secu- 
rity is programmable. 



Character Size — 2.5 mm high x 18 mm wide (.10 in high x 
.07 in wide) 

Line Spacing — 4.23 mm (6 lines per in). 

Printing Speed — 18 lines/s. 

Feed Speed — 8 46 mm per s (.34 in/s). 

Character Set — 26 Uppercase letters 
26 Lowercase letters 
1 0 Numeric digits 
34 Special characters 
32 Control characters 

1 28 Total 

Paper Size — 60 mm x 25 m (2.36 in x 82 ft) 

CONTROLLING THE BUS 

The 4041 automatically controls all bus management signals in 
the proper sequence for the desired interface task and instru- 
ment interaction. 

A bus management function program that uses direct IEEE- 
488 mnemonic commands accommodates differences in imple- 
mentation of GPIB on other equipment. Virtually all legal bus 
states can be programmed this way. which affords a high de- 
gree ot flexibility for addressing various system applications 

BUS INTERRUPTS 

The 4041 has the ability to detect and respond to various types 
of interrupt conditions that can be generated in the GPIB User- 
specified software handlers can be written to perform various 
tasks when these conditions occur. Interrupts can be program- 
mably ENABLED or DISABLED. 

Interrupt conditions are: 

Mnemonic Message 

SRQ Service Request 

EOI End or Identify 

IFC Interface Clear 

DCL Device Clear 

GET Group Execute Trigger 

TCT Take Control 

MTA My Talk Address 

MLA My Listen Address 

BUS COMMUNICATION 

Interface and bus device addressing are programmable. This 
allows the user to direct message and data flow to and/or from 
the appropriate interface and GPIB peripheral. Information 
such as primary and secondary addressing, along with perti- 
nent device-dependent information, can be attached to a spe- 
cific logical unit number. Subsequent communication with that 
GPIB device can be directed to the logical unit, eliminating the 
need for redundant or repetitious statement programing. 

TRANSFER RATES (IEEE-488) 

Transfer rates for the standard interface are given below 





Input 


Output 


Interrupt Mode 


Exceeds 


Exceeds 




5k Bytes/s 


5k Bytes/s 


Fast Mode 


Exceeds 


Exceeds 




16.5k Bytes/s 


19.5k Bytes/s 



File Structure — 48 named files (max). 

Capacity (physical records) — 650 typical (600 mm). 
Physical Record — 256 bytes. 

Average Transfer Rate — 13.324 bits per s 
Search Speed — 60 in/s 1520 mm/s. 

Tape Rewind — 60 in/s 1520 mm/s. 

Tape Cartridge — DC 100 cassette. 

PRINTER 

The printer produces hard copies of the intermediate or final 
program results, operator prompts, and changes in variables or 
system status. Messages longer than twenty characters are 
printed on succeeding lines where the user can specify the ap- 
propriate indentation for better delineation and readability. 
Printing Method — Thermal, fixed head 
Capacity — 20-character alphanumeric line 
Font — 5x8 dot matrix printed. 



SERIAL INTERFACE 

The 4041 comes with a standard serial asynchronous RS- 
232C interface. The 4041 can support applications requiring 
terminals, modem/host communication, or instrumentation with 
this interface protocol 

In addition to standard transmission rates from 75 to 9600 
baud transmission rates are programmable to any integer rang- 
ing from 2 to 9600 baud 

Full Duplex — Full Capability (half duplex not supported) 

Transmit/Receive — Matched rate only 

Bits Per Character — 5. 6. 7. or 8 bits 

Stop Bits — 1 or 2 

Parity — Even. Odd. One. Zero. None 
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Error and Interrupts 

Conditions such as parity, framing and overrun errors, receipt 
of data or data available, and BREAK can all be programmably 
captured User routines or handlers can then direct what action 
should be taken, depending on the particular condition. 

The end of message delimiter (EOM) can be programmable to 
any one or two character ASCII string. This enables the 4041 
to communicate with most hosts or peripherals via the serial 
interface. 

Reliability/Self-Test 

SELF-TEST 

An integral part of the 4041 is the self-test feature, which as- 
sures the user of reliable operation. Self-test is executed auto- 
matically on power-up and performs extensive hardware and 
operating system tests. 

SYSTEM VERIFICATION 

The system verification tape is a standard accessory that tests 
4041 components not covered by the self-test These include 
front-panel controls and indicators, and the optional program 
development keyboard. Interface line drivers can be tested, if 
necessary, by connecting loopback connectors. 



DYNAMIC RANGE 
Long Precision Numeric — 2.2E ± 308 
Short Precision Numeric — 9.0E ± 307 

Integer 32760 to +32767 

Character String Length (max) — 32767 
Array elements (real, integer or character arrays ) — 32767 
elements maximum per row (or column); limited by total mem- 
ory installed 

POWER REQUIREMENTS 

Line Voltage — 100 - 120. 200 - 240 Volts AC ± 10% 

Line Frequency — 48 - 66 Hz 
Power Consumption — 120 Watt (max) 

ENVIRONMENTAL CHARACTERISTICS 

Operating Temperature — 0° to 55° C (32° to 131 °F) without 
data cartridge or printer paper 0° to 45 °C (32° to 1 13°F) with 
data cartridge or printer paper 

Storage Temperature — -40° to 75°C (-40° to 167°F) 
without data cartridge or printer paper. 

Humidity — 85% relative non-condensing, 0° to 45° C (32° to 
1 13°F) — 20% to 80% condensing 
Altitude (operating) — 4.5 km (15.000 ft). 

EMI — Meets FCC Part 15. Subpart J. Class A and VDE 0871 
Class B 

PHYSICAL CHARACTERISTICS 
Dimensions — 

Height — 180 mm (7.2 in). 

Width — 212.5 mm (8.5 in). 

Length — 446.2 mm (20.75 in). 

Weight — 

Standard Net Weight — 7.70 kg (17 lb 5 oz). 

With Options Net Weight — 8 69 kg (19 lb 5 oz). 



ORDERING INFORMATION 
4041 Controller $4995 

Option 01 Second GPIB and RS-232 Add $1600 

Option 02 TTL Interface 8 bit parallel interlace .. Add $800 

Option 20 Added memory 64K byte total Add $1850 

Option 21 Added memory 96K byte total Add $2625 

Option 22 Added memory 128K byte total Add $3350 

Option 23 Added memory 160K byte total Add $3950 

Option 30 Program Development ROMs and 

ROM Carrier Add $995 

Option 31 Program Development Keyboard Add $750 

FIELD INSTALLED MODIFICATIONS 

404 1-F01, Option 01 $1800 

4041-F02 Option 02 $1000 

404 1 -F30 Option 30 $995 

4041-F31 Option 31 $750 

040-1021-00 First expansion from standard configuration 

(32k bytes for total of 64k bytes) $2050 

040-1022-00 Memory Expansion of 32k byte increments 
above 64k byte total $800 




GPIB 




GPIB 




GPIB 


IEEE-488 




IEEE-408 




IEEE 488 



System Controller 



System Controller 



System Controller 




1 1 Inch DVST Display 

Graphic Enhanced BASIC 

GPIB Compatible 

Built-in Tape Drive 

Expandable Memory (to 32K) 

Optional RS-232 with Terminal Mode 



1 1 Inch DVST Display 
Graphic Enhanced BASIC 
GPIB Compatible 
Expandable Memory (to 64K) 

RS-232 and Terminal Mode Option 
High Speed 16-bit, Bit-sliced Processor 



19 Inch DVST Display 
Enhanced High Resolution Graphics 
Dynamic Graphics Option 
Thumbwheel Controlled Crosshair Cursor 
Expandable Memory (to 64K) 

GPIB and RS-232-C Compatible 



See pages 79 and 80 for additional information on controllers 
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The new TM 5000 Programmable Instrument Rug- 
ins operate in either of two power-module 
mainframes One of the mainframes is a half rack 
width power-module capable of accepting three 
single width plug-in instruments at one time. The 
other power-module can provide power for up to 
six single wide plug-in instruments at one time. 
While TM 5000 Instruments will operate only in 
these TM 5000 power-modules, over 40 TM 500 
manual plug-in instruments will operate in these 
same mainframes Since this is so, it is possible to 
utilize the TM 5000 Mainframes for either all 
programmable systems or for hybrid systems 
using both programmable and manual 
instruments. 

While the TM 5000 power-modules are used for 
GPIB compatible plug-ins, the power-modules 
themselves do not occupy a bus address loca- 
tion. Each module has its own bus address, and 
the inter-connect scheme will allow as many as 
six (typically three) instruments to be connected 
to the system with only one GPIB cable. 






TM 5003 



ir 



TM 5003 

The TM 5003 can accept and provide power for 
up to three single widths of TM 5000/TM 500 plug- 
ins. The power module features a pulse width 
modulated switching dc power supply. All dc 
voltages are electronically regulated. The TM 
5003 has forced air cooling 

Three individual connectors, one for each com- 
partment, provides connections to each GPIB 
compatible plug-in. These connectors feed a 
GPIB interface board, then to a standard GPIB 
connector on the rear panel. All GPIB connections 
are separate from the board rear interface 
connector. 

Field modification kit is available to rackmount the 
TM 5003 with the 4041 Instrument Controller. 

POWER REQUIREMENTS 

Line Voltage Ranges — 100. 110. 120, 200. 220 and 240 V; 
not to exceed 250 V on 240 V range Range changing accom- 
plished by moving an easily accessed internal jumper. 

Line Frequency Ranges — 48 to 60 Hz. 

Power Consumption — Maximum primary power =300 VA. 
Actual power consumption depends on plug-in selection and 
operating modes. 





TM 


5003 


TM 5006 


Dimensions 


mm 


in 


mm 


in 


Height 


763 


194 


7 63 


19.4 


Length 


187 


47.6 


18.7 


47.6 


Width 


9.1 


23.0 


17.5 


44 5 


Weight 


*9 


lb 


kg 


lb 


Net 


190 


86 


32.0 


14.5 


Ship 


26.5 


13.0 


46 0 


21.0 



TM 5006 

The TM 5006 can accept and provide power for 
up to six single widths of TM 5000H'M 500 Plug- 
ins. The right hand compartment is a high power 
compartment. The power module features a 
pulse width modulated switching dc power sup- 
ply. All dc voltages are electronically regulated 
The TM 5006 has forced air cooling 

Six individual connectors, one for each compart- 
ment, provides connections to each GPIB com- 
patible plug-in. These connectors feed a GPIB in- 
terface board, then to a standard GPIB connector 
on the rear panel All GPIB connections are sepa- 
rate from the board rear interface connector. 

Option 10 provides rack mounting capability 040 
kits also available to field convert standard to 
rack mount and rack mount to standard. 

POWER REQUIREMENTS 

Line Voltage Ranges — 100. 1 10. 120. 200. 220 and 240 V; 
not to exceed 250 V on 240 V range Range changing accom- 
plished by moving an easily accessed internal jumper 
Line Frequency Ranges — 48 to 60 Hz. 

Power Consumption — Maximum primary power =650 VA. 
Actual power consumption depends on plug-in selection and 
operating modes 

RACKMOUNT -TO-CABINET AND 
CABINET-TO-RACKMOUNT 
CONVERSION KITS 

Cabinet-to-rackmount conversion kit, equipped with slide out 
assembly, required to convert a TM 5006 to rackmount 



capability 

Order 040-0982-00 $125 

Rackmount-to-cabinet conversion kit, equipped to convert a 
TM 5006 with rackmount capability to cabinet style. 

Order 040-0983-00 $60 



Cabinet-to-rackmount conversion kit, equipped with slide-out 
assembly to rackmount a 4041 Instrument Controller to the left 



of a TM 5003 

Order 040-0984-00 $150 



ORDERING INFORMATION 
TM 5003 $700 

Option 02 Rear Interface Add $75 

TM 5006 $950 

Option 02 Rear Interface Add $150 

Option 10 Rackmount Add $120 



OPTIONAL ACCESSORIES 



GPIB Cable, 2 meter 

Order 012-0630-01 $75 

GPIB Cable, 4 Meter 

Order 012-0630-02 $115 

Plug-in GPIB Extender Cable 

Order 067-0996-00 $85 
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TM 500 Plug-ins slide into any one of several 
power-module mainframes. They are avail- 
able in six versions accepting one instru- 
ment, or combinations up to six. Below are 
described each of the six mainframes built 
by Tektronix for TM 500 Instrumentation. 

Option 02 Rear Interface for interconnection of 
instruments at mainframe rear interface. (Option 
05 with TM 515). 

Option 07 — For operating TR 502, TR 503 and 
DC 508A Option 07 in a TM 503, TM 504, TM 506, 
or TM 515. 




TM 501 

Built for use with one single wide plug-in module. 

ORDERING INFORMATION 



TM 501 $285 

TM 501 Option 02 Interface Add $55 




TM 503 



MAINFRAMES DIMENSIONS & WEIGHTS 
(without Plug-ins) 

CABINET 

TM 501 TM 503 TM 504 TM 506 RTM 506 TM 515 



Dimensions 


in 


cm 


in 


cm 


in 


cm 


in 


cm 


in 


cm 


in 


cm 


Height 


6.0 


15.2 


6.0 


15.2 


6.0 


15.2 


6.0 


15.2 


5.25 


13.3 


6.8 


17.3 


Width 


3.9 


9.9 


8.7 


22.1 


12.0 


30.5 


17.4 


44.2 


19.0 


48.3 


15.0 


38.1 


Length 


15.3 


38.9 


17.0 


43.2 


20.0 


50.8 


20.0 


50.8 


18.9 


48.0 


20.0 


50.8 


Weight (approx) 


lb 


kg 


lb 


kg 


lb 


kg 


lb 


kg 


lb 


kg 


lb 


kg 


Net 


5.4 


2.4 


9.5 


4.3 


18.5 


8.4 


29.0 


13.2 


32.0 


14.4 


22.5 


10.2 


Domestic 

Shipping 


13.0 


5.9 


17.0 


7.7 


26.0 


11.8 


41.0 


18.6 


46.0 


21.0 


30.0 


13.6 




TM 515 




RTM 506 



The TM 515 Traveler Mainframe is designed to 
protect up to 5 separate instruments during trans- 
portation to and from the worksite. Included with 
this rugged mainframe are pop-off front and back 
covers which protect the instruments and also 
store accessories. The Traveler Mainframe will 
slide easily under an airline seat when traveling 
and comes equipped with a heavy duty handle 
and tilt bail. 

ORDERING INFORMATION 



The RTM 506 is a rackmount version of the TM 
506 It contains all the same features with the 
added front panel handles and rackmount rails 
for built-in configurable test stations. This 
mainframe saves you space and money in tight 
situations. 

ORDERING INFORMATION 



RTM 506 $560 

RTM 506 Option 02 Interface Add $150 



Accepts up to three single wide TM 500 Plug-ins. 
This lightweight, portable, benchtop mainframe 
includes a front panel power switch and tilt bail. 
Also fits easily into the shelf of a TEK Model 3 Lab 
Cart. A carrying case is available to protect the 
mainframe during transportation. 

ORDERING INFORMATION 



TM 503 $285 

TM 503 Option 02 Interface Add $75 

TM 503 Option 07 Interface Add $25 




TM 504 



The TM 504 can be fitted with up to four different 
TM 500 Plug-ins. This mainframe is designed to fit 
into the shelves of the TEK Model 3 Lab Cart for 
complete test station mobility. Each TM 504 
Mainframe also comes equipped with front panel 
switch, tilt bail and a handle. An optional carrying 
case is available for transportation to and from 
the worksite. 

ORDERING INFORMATION 



TM 504 $315 

TM 504 Option 02 Interface Add $100 

TM 504 Option 07 Interface Add $25 



TM 515 $545 

TM 515 Option 05 Interface Add $75 

With Option 06 40-440 Hz fan Add $150 

TM 515 Option 07 Interface Add $25 




This mainframe can power up to 6 different plug- 
in’s, providing a complete test station with one 
power cord. Like most TM 500 Mainframes, the 
TM 506 is available with the Option 02 which al- 
lows rear-interfacing of different modules, reduc- 
ing front panel clutter. 

ORDERING INFORMATION 



TM 506 $440 

TM 506 Option 02 Interface Add $150 

TM 506 Option 07 Interface Add $25 



POWER REQUIREMENTS 

Line Voltage Ranges — International Transformer: 100, 110, 
120. 200. 220, 240 V ac. all within 10%; but not to exceed 250 
V ac Range changing for transformer accomplished with 
quick-change line-selector block. 

Line Frequency Ranges — International Transformer: 48 Hz 
to 440 Hz 

NOTE The ventilating fans on the TM 506 and TM 515 operate 
on 48-60 Hz only. 

Power Consumption — Max primary power approx: 35 W for 
TM 501 . 120 W for TM 503, 220 W for TM 504. 320 W for TM 
506. and 240 W for TM 515 Actual power consumption de- 
pends on plug-in selection and operating modes 

SUPPLIES (UNREGULATED) 

Shared by All Compartments — +33.5 V dc and -33.5 V dc. 
TM 501 500 mA max. TM 503: 1 A max. TM 504: 1 .4 A max. 
TM 506: 2.1 A max TM 515:1 8 A max 
Low Power Compartments — Two 25 V ac windings. 500 mA 
each supplied to each compartment, independently. 17.5 V ac 
and + 1 1 .5 V dc shared in any combination between these two 
supplies and among all low-power compartments. TM 501 : 1 A 
max TM 503 and TM 504: 3.6 A max. TM 506: 6.5 A max. TM 
515: 6.5 A max 

High Power Compartments — (nearest to switch in TM 504 
and TM 506): Two 25 V ac windings. 1 A each 17.5 V ac and 
+ 11.5 V dc. 4 A max. shared in any combination between 
these two supplies 

TEMPERATURE RANGE 
Operating — 0°C to +50°C. 

Nonoperating — 40°C to +75°C. 

ALTITUDE RANGE 
Operating — To 15.000 ft. 

Nonoperating — To 50.000 ft 
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REAR INTERFACE 
CAPABILITY WITH TM 500 and 5000 



TM 500 and TM 5000 Mainframes offer the unique 
ability to have separate modular instruments 
interconnected through the rear interface board 
of each mainframe. For example, the rear trigger 
output of a signal source can be interconnected 
to the rear input of a counter for instant frequency 
checks at the touch of a front-panel switch. Or, a 
digital multimeter and power supply may be 
interconnected to speed precise voltage set-ups 
without any need to move test leads. Any module 
can be internally connected thru the mainframe 
and can also be externally interfaced out the 
back panel. 

Most TM 500 and TM 5000 Plug-in modules 
contain a duplication of the front panel input and 
output connections in the back. These interface 
lines are built into the rear-edge circuit card 
connector of each plug-in. Some modules also 
have additional signal or control lines which are 
present only at the back of the instrument. In 
either case, different modules may be 
interconnected by the user to reduce front panel 
clutter or to perform functions not otherwise 
available. 

Mainframes can be interfaced a variety of ways. 
A user can solder together the appropriate con- 
nector pins on a standard mainframe, or can 
order the mainframe with the Option 02. The 
Option 02 version of the mainframe comes 
equipped with square pin connectors on the rear 
interface circuit board and a special wire kit 
consisting of standard wires and coaxial cables 
with mating square pin receptacles Option 02 
also provides a rear-panel male connector, mat- 
ing cable connectors, and one BNC connector 
per plug-in compartment. 

The square pin connectors eliminate the need to 
hand-solder connections to the interface circuit 
board, extending the life of the mainframes. The 
remaining Option 02 components offer a variety 
of interfacing alternatives limited only by the 
user's ingenuity and imagination. 

The TM 515 Mainframe is available with an Option 
05 interface which includes everything in the 
Option 02 except for the rear panel 50-pin male 
connector, mating cable connector and the BNC 
connectors 

Tektronix also makes a low-cost "do-it-yourself" 
Rear Interface Modification Kit. It enables those 
who don’t need the full flexibility of factory in- 
stalled interface pins at every connector to install 



a limited rear interface on any TM 500 and TM 
5000 Mainframe except the TM 501. The kit 
includes fourteen square pins, and 3 coaxial 
cables, all with female pin receptacles. Installation 
instructions also included. For ’do-it-yourself" 
modification kit 

Order 040-0846-01 $30 



Tektronix has published a Rear Interface Data 
Book that contains information on the interfacing 
capability of each instrument "family." This book 
is available through Tektronix by filling out a card 
included in each mainframe package 

CABINET -TO-R ACKMOUNT 
CONVERSION KITS AND 
MONITORS 



H 



Cabinet-to-rackmount conversion kit, 

equipped with slide-out assembly, required to 
rackmount two TM 503s side-by-side in a stan- 
dard rack width 

Order 040-0616-02 $110 

Cabinet-to-rackmount conversion kit, 

equipped with slide-out assembly, required to 
rackmount a single TM 503 in a standard rack 
width This includes securing hardware and a 
blank front panel when only one instrument is 
utilized. 

Order 040-0617-02 $150 

Rackmount-to-cabinet conversion kit 

equipped to convert a rackmount TM 503 to a 
cabinet style. 

Order 040-0618-01 $55 

Cabinet-to-rackmount conversion kit, 

equipped with slide-out assembly, required to 
rackmount a TM 503 and a 603, 603A, 604, 604A, 
605, 606, 606A, 607, 607A, 608 or 624 in a stan- 
dard rack width 

Order 040-0624-01 $90 

Cabinet-to-rackmount conversion kit, 

equipped with slide-out assembly, required to 
convert a TM 506 (cabinet style) to an RTM 506 

Order 040-0761-04 $120 
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Rackmount-to-cabinet conversion kit, 

equipped to convert an RTM 506 to cabinet style 
TM 506 

Order 040-0762-00 $75 



TEK LAB CART MODEL 3 




This Lab Cart is especially designed for rollabout 
configuration combining TM 500 Instrumentation 
with the Tektronix Oscilloscope of your choice. It 
features pistol-grip tilt control and a large acces- 
sory drawer in the base. The top tray accepts any 
TEKTRONIX 7000 Series, 5000 Series, or Portable 
Oscilloscope The MODEL 3 comes standard with 
one lower shelf that will support either a TM 503 
or TM 504 with plug-ins. Additional shelves are 
available as optional accessories. Max capacity 
of the lower shelf area is two TM 503s or TM 504s, 
stacked, or up to a TEKTRONIX 7000 Series Os- 
cilloscope in size— with TM 500 packages placed 
on the tray at your option. The power distribution 
module at rear underside of the top tray provides 
four power outlets and a 15 foot line cord. 

International modification (Option 01) deletes 
power distribution module. 



TEK Lab Cart Model 3 $475 

With Option 01 (International 

Modification) No Charge 

Additional Lower Shelf, 

Order 436-0132-01 (TM 500 only) $35 



Safety Belt to secure oscilloscopes or TM 500 to 
top tray or lower shelves (not needed for 5000 or 
7000 Series on top tray) 

Order 346-0136-01 $23 
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ACCESSORIES 



TM 500 APPLICATION AND 
CONSTRUCTION NOTES 

The TM 500 product line is supported by an on- 
going program to keep you informed of how to 
achieve optimal performance and versatility from 
your TM 500 Instruments. Tektronix’ goal of pro- 
viding you with solutions to difficult measurement 
problems does not end with your purchase of 
TM 500 Instruments. 

Application Notes take you through the steps 
necessary to solve complex problems, or to make 
more useful measurements with your TM 500 
instruments. Subjects include integration through 
v to f conversion, generating delayed pulses, and 
current sinking with power supply modules. 

Construction Notes provide information neces- 
sary to build custom circuits using a TM 500 Blank 
Plug-in Kit and standard components. These 
notes are developed from the actual construction 
of more common special circuits; they include 
parts lists, schematics and other construction 
details Some of the available notes include: 
power supply circuits, thermal true RMS convert- 
er, and analog multipliers 



PLUG-IN STORAGE 
COMPARTMENT 




An electronic engineer or technician away from 
his bench seldom has enough storage space for 
probes, cables, "tees", accessories, and small 
tools. The plug-in storage compartment is a use- 
ful adjunct to many rollabout and Travel Lab 
configurations. If all five compartments in your 
TM 515 Traveler Mainframe are not used for a 
particular field application, add a plug-in storage 
compartment for extra convenience. Even a 
rackmount TM 500 installation might profit by 
readily-available terminators or attenuators in a 
presently unused compartment. Compatible with 
all TM 500 Mainframes, 5000 Series Oscilloscope 
Mainframes, and 203 and 204 SCOPE-MOBILE® 
Cart plug-in storage bins; inside dimensions 25 
cm L x 5.1 cm W x 10.6 cm H, (9 7/8 in L x 2 in W 
x 4 1/4 in H). 

Order 016-0362*01 $95 



TM 500 CUSTOM PLUG-IN KITS 




Single and double compartment sizes 

A complete test and measurement set-up for 
many typical jobs requires at least one 
nonstandard item. Such items commonly include 
relay circuits or manual switches for routing sig- 
nals, test oscillators at pre-set frequencies for 
alignment purposes and markers; digital logic cir- 
cuits for sequencing, timing, and control; special 
processors or converters such as log amps, multi- 
pliers, and analog-to-digital converters; and a vari- 
ety of other system elements which are usually 
not available or economical as complete commer- 
cial instruments The construction and packaging 
of these special items is always a problem, and 
the sheet metal work and provision for necessary 
power supplies often far exceed the cost of the 
functional elements. 

This is why the TM 500 line includes custom plug- 
in kits. The kits provide perforated main circuit 
boards which allow rapid construction and wiring 
of circuits using both discrete components and 
integrated circuits. Also included are top and bot- 
tom rails, side cover, front sub-panel, and a blank 
dress panel, and the latch mechanism. An in- 
struction sheet details the voltages and currents 
available in the power module Standard voltage 
regulator ICs can be used to provide exact 
voltages for most individual power supply require- 
ments. The finished special-purpose circuitry or 
instrument is physically compatible with other TM 
500 Instrumentation. 

Single Compartment with Power Supply 

Now a blank plug-in kit complete with power sup- 
ply parts and circuit board layout is available A 
single-wide compartment, this plug-in kit saves 
set up time and build time as the power supply 
circuitry is designed and kitted for you. 

Specifically, the supplies parts are: 

(1) A ground-referenced positive supply, capable 
of -|-7 V to +20 V at up to 400 mA. (Adjust- 
ment is centered at 15 V; change of resistor 
values required for total 7-20 V range). 

(2) A ground-referenced negative supply, identi- 
cal to supply No 1 except for polarity. 

(3) A ground-referenced supply nominally 5 V, not 
adjustable, with current capability up to 1 
ampere 



Custom Plug-in Kit with Power Supply 

(single compartment) 040-0803-02 $90 

Custom Plug-in Kit (single compartment) 

040-0652-05 $75 

Custom Plug-in Kit (double compartment) 

040-0754-07 $100 

Single Compartment without ECB 
040-0821-03 $60 

TM 500 BLANK PANEL 




When operating the TM 500 Instruments with less 
than the full complement of plug-ins, the blank 
plug-in panel can be used to cover unused 
compartments 

Blank Plug-in Panel, 

Order 016-0195-03 $21 



FRONT-PANEL CIRCUIT 
BOARD ADAPTER KIT 
PS 501-1 or PS 503A 




The front-panel circuit-board kit is a convenient 
way to mount small experimental circuits or fix- 
tures right on the front of a TM 500 Power Supply. 

Typical applications for the adapter are as a de- 
vice tester (test fixture), educational demonstra- 
tor (especially ICs), and in temporary systems 
functions, e g., OR’ing and AND'ing two signals. 
This adapter will supplement the blank plug-in kit 
for simple or temporary applications. 

The adapter kit provides a convenient platform 
for building up circuits; its pin holes are pre-sol- 
der-f lowed and some are interconnected. Dis- 
crete devices can be readily attached to the 
adapter kit board, stored, and easily reattached 
to the "banana jack" plugs on the face of the 
power supply. Circuit clips for interconnected pin 
holes are available from Tektronix. The adapter kit 
is 2.5 inches wide. 



A series of TM 500 Construction Notes provide 
direction for building custom circuits using the TM 
500 Blank Plug-in Kits and standard components. 
Among the construction notes available are: Sug- 
gested power supply circuits, thermal true RMS 
converter: 
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GENERAL PURPOSE 
INSTRUMENTS 



AM 501 AUXILIARY CIRCUIT 
BOARD KIT 




The AM 501 Auxiliary Circuit Board Kit attaches to 
the input and output terminal plugs on the front of 
the AM 501 Operational Amplifier. The kit is 
approximately 2.5 inches square The kit is a pc 
board which has six terminal studs for attachment 
to the amplifier s banana jacks. This permits the 
designer to build a circuit of resistors, capacitors, 
and other components for use in conjunction with 
the AM 501's input, output, or feedback circuits. 
With several boards, the AM 501 Op Amp circuit 
can be changed instantly in configuration from 
integrator to differentiator to amplifier. 

An additional advantage of the kit is that it does 
not interfere with the other connectors on the 
face of the AM 501. 

Order 013-0146-00 $22 

Type 1105 Battery Power Supply 




TM 500 Instruments may be operated with the 
Type 1105 when suitable ac line power is not 
available. The 1105 is rugged and portable, oper- 
ating on internal batteries or an external dc 
source Operating time is dependent on the num- 
ber and type of plug-ins being powered, and their 
operating mode The following table shows esti- 
mated operating time for a full power module in a 
typical situation. 



TM 501 
TM 503 
TM 504 
TM 506 
TM 515 



5.0 hours 
1 .6 hours 
1 .3 hours 
0.9 hours 
.... 1 hour 



ORDERING INFORMATION 



1105 Battery Pack $1240 

Option 01, 230 V operation No Charge 



MANUAL (ONE SHOT) TRIGGER 

GENERATOR 

RG 501, 

PG 501, 
and 
PG 505 



The Manual (one shot) Trigger Generator is a self- 
contained, battery-operated, handheld device for 
manually generating a single pulse. This adapter 
is used to start a pulse, ramp, sweep, or com- 
plete sequence of events on instruments which 
do not have a manual trigger button or where a 
remote operation capability is desired, such as 
some oscilloscopes and the FG 501 A, PG 501 , PG 
505, and RG501. 

The internal trigger generator circuitry eliminates 
contact bounce, but wi(| generate pulses as rap- 
idly as the operator can manually cycle the 
pushbutton 

The output pulse is nominally two milliseconds in 
width and three volts in amplitude with a rapid 
rise and fall. Output impedance is low (50 fl); the 
pulse amplitude drops from about 3.6 to 1 8 volts 
when changed from a high impedance to a 50 ft 
termination. Both voltages decrease with battery 
aging The battery is a 5.4 V dry cell. 

Applications for the trigger generator also include 
stepping or sequencing of digital systems, analog 
control systems, mechanical devices, as well as 
obtaining "single shot" operation from many types 
and brands of instruments. Biological and phys- 
ical experiments, where manual triggering is re- 
quired as a part of the stimuli, are also common 
applications. 

Order 016-0597-00 $125 

RAIN COVERS 



I 



These soft, weather-proof, vinyl-coated Rain Cov- 
ers come in sizes for TM 503 and TM 504 pack- 
ages of instrumentation, and include adequate 
space for protective front covers, as well They 
feature heavy-duty zippers that open from either 
end, and include their own carrying handles, off- 
set to compensate for the off-center balancing 
point of TM 500 instrumentation packages The 
color is Tek blue 






ORDERING INFORMATION 



TM 504 Rain Cover 

016-0621-00 $45 

TM 503 Rain Cover 

016-0620-00 $35 



PROTECTIVE FRONT COVER 




A snap-on front cover, molded of high impact 
plastic, is available for the TM 503 (shown above), 
TM 504, and TM 506 Mainframes. The cover adds 
4 5 cm (1.75 inches) to the length of the TM 503, 
TM 504, and TM 506 Mainframes, and clears the 
longest knob projections on any of the 
instruments. 



ORDERING INFORMATION 



TM 503 Front Panel Cover, 

200-1566-00 $14 

TM 504 Front Panel Cover, 

200-1727-00 $15 

TM 506 Front Panel Cover, 

200-1728-00 $18 



MAINFRAME RETAINER BAR 




The mainframe retainer bar modification kit 
comes complete with the retainer bar, all neces- 
sary parts and instructions 



You may modify the TM 504 or RTM 506 ATM 506 
Mainframe: each has a separate kit. Initial installa- 
tion requires replacement of an existing bottom 
member of the mainframe with a new part sup- 
plied in the kit Then, the retainer bar can be sim- 
ply added or removed with four screws, accessi- 
ble from the bottom of the mainframe. 



ORDERING INFORMATION 

TM 504-020-0548-00 $45 

TM 506 and RTM 506-020-0549-00 $50 




TEK ACCESSORIES 




Designed to couple a TM 500 Plug-in with the 
mainframe rear interface board connection. It 
provides a completely flexible connecting point 
outside the mainframe for plug-in operation dur- 
ing test or check-out. 

Extender Cable, Order 067-0645-02 .... $125 

RISE TIME LIMITER 




For use with the PG 502 Pulse Generator which 
has a pulse rise and fall time of less than one 
nanosecond In some applications, such as TTL 
logic where slower rise time is needed, this fast 
pulse can be limited to six nanoseconds by using 
the rise time limiter. 

Rise Time Limiter, Order 015-0249-00 $100 

P6420 Rf PROBE 




Voltage Range — 5 V to 25 V RMS (70.7 V p-p). 

Ac to Dc Transfer Ratio Accuracy — 0.5 V to 5 V RMS 
± 10% (15° to 35°C). 5 0 V to 25 V RMS ±5% (15°C to 
35°C). 

Frequency Response — 100 kHz to 300 MHz (±0.5 dB). 50 
kHz to 500 MHz (±1.5 dB). 1 0 kHz to 1 GHz ( ± 3.0 dB) 

Input Capacitance — = 3.7 pF 
Maximum Input Voltage — 42 4 V (peak ac + dc). 
Temperature Range — Nonoperating. -55°C to + 75°C. 
Operating. ±15° to +35°C. 

Length — Probe only 9.6 cm. Cable only 2 meters. 

INCLUDED ACCESSORIES 

013-0097 01 1 TIP. probe, retractable (BO) 

344-0046-00 2 CLIP, alligator (AU) 

175 0849-00 1 LEAD, ground. 3 in (7 5 cm) (BC) 

175-1017-00 1 LEAD, ground 6 in (13 cm) (BE) 

166-0404-01 1 INSULATING SLEEVE, electrical (CH) 
352-0351-00 1 HOLDER, probe 

103-0090-00 1 ADAPTER, BNC female to dual banana (BN) 

2 TIP. probe replaceable* 

’Available In package of 10 only, order 206-0230-03 (CR) 

ORDERING INFORMATION 
P6420 Rf Probe, 2 m Cable Included, 



010-6420-03 $120 

For a 1 meter length cable, (does not 
change specifications) 

175-1661-00 $26 

For a 3 meter length Cable, (does not 
change specifications) 

175-1661-02 $26 



ACCESSORY POUCH 




While the TM 501. TM 503. TM 504. and TM 506 Mainframes 
were designed primarily for bench use. they are frequently car- 
ried away for service elsewhere Taking along the probes, ca- 
bles. terminators, and other accessories usually required can 
then be a problem The soft vinyl accessory pouch neatly 
solves this problem; sturdy snap-around straps let the pouch 
be secured to the carrying handle of any TM 500 Mainframe or 
Tektronix Oscilloscope, or the straps may be snapped together 
to form a carrying handle for the pouch to be used indepen- 
dently A convenient side zipper lets accessory items be re- 
moved or stored without removing the pouch from the main- 
frame handle Dimensions =^9 1/4 in long x 5 3/4 in wide x 2 in 
high. 

Order 016-0351-00 $25 

TM 500 CARRYING CASE 




These luggage-type carrying cases for TM 500 equipment are 
molded of high strength glass-epoxy. The TM 503 model 
weighs 12 pounds empty and measures 23 1/2 inches long by 
8 1/2 inches thick by 15 1/2 inches high, including rubber feet, 
lockable latches, and handle. Inside, the resilient polyurethane 
foam is molded to accept a TM 503 (with or without the protec- 
tive front cover) plus either a spare TM 500 family module or a 
200 Series Mimscope A third compartment in the foam ac- 
cepts miscellaneous cables, accessories, or small tools. 

The TM 504 case has a molded foam insert which will accept 
the TM 504 (with or without the protective front cover) but has 
no provisions for spare modules or tools. It is 61 .0 cm long x 
21.6 cm thick x 44.5 cm high. (24 in. long by 8.5 in. thick by 
17.5 in. high) and weighs =*=14 pounds empty. 



ORDERING INFORMATION 



Carrying Case for TM 503 

016-0565-00 $335 

Carrying Case for TM 504 

016-0608-00 $340 



50 Q PRECISION COAXIAL CABLE 




For use with the PG 502. PG 506. end SG 503. These instru- 
ments are internally calibrated for use with this 3 ft 50 it coaxial 
cable into a 50 it load 

50 fi Cable, Order 012-0482-00 $25 



HIGH VOLTAGE PROBE FOR 
USE WITH DMMs 



The High Voltage Probe will measure dc voltages 
from 1 kV to 40 kV with an accuracy of 1% at 25 kV. The 
division ratio is 1000 1. Common uses include measuring an- 
ode voltages on monitors or oscilloscopes 
This probe plugs directly into the front end of the multimeter. 

CHARACTERISTICS 



Voltage range 


IkV to 40 kV dc 


Input resistance 


1000 M12 


Division ratio 


1000 1 


Overall accuracy 


20 kV to 30 kV 2% 


Upper limit accuracy 


Changes linear from 2% at 30 
kV to 4% at 40 kV 


Lower limit accuracy 


Changes linear from 2% at 20 
kV to 4% at 1 kV 


Input Z at meter 


10 M2 required 



Order 010-0277-00 $115 

P6125 COUNTER PROBE 5X 




The P6125 is a low-capacitance. 5X attenuation passive probe 
specially designed for use with counter/timers. It makes possi- 
ble more accurate time interval measurements of high speed 
logic signals Five-times attenuation provides an optimum 
match between the counter input characteristics and the volt- 
age levels of all common logic families. The low input capaci- 
tance permits acquisition of high frequency signals with mini- 
mum loading of the circuits under test 

CHARACTERISTICS 

Attenuation — 5X 

Input Resistance — 5 MU Input. 

Capacitance — =20 pF. 

Bandwidth — Dc to 200 MHz. 

Voltage Rating — 250 V (dc + peak ac) derated to 35V at 100 
MHz 

Cable Length — 1.5 meters. 

INCLUDED ACCESSORIES 

352-0351-00 1 HOLDER, probe 

013-0107-03 1 TIP, retractable hook 

* 1 TIP. 1C tester 
“ 2 TIPS, probe 

344-0046-00 2 CLIPS, miniature, alligator 

175-0124-01 1 LEAD, ground. 13 cm 

175-0263-01 1 LEAD, ground. 8 cm 

166-0404-01 1 SLEEVE, insulating 

016-0521-00 1 POUCH, accessory 

•Available in packages of 10 (015-0201-04) or 100 
(015-0201-05) only. 

“Available in packages of 10 only (206-0191-03). 

P6125 Counter Probe, 5X, 1.5 m, 

Order 010-6125-01 $53 
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1 72 Programmable Test Fixture 304 

176 Pulsed High-Current Fixture 305 

577 Curve Tracer System 306 

178 Linear 1C Test Fixture 308 

5CT1 N & 7CT1 N Curve Tracer 

Plug-Ins 309 



Curve Tracers can deliver comprehensive 
information about a multitude of semicon- 
ductor devices and integrated circuits. . . 
from two- and three-terminal devices 
through the full range of linear integrated 
circuits. . from transistors and diodes to 
optoisolators, thyristors, and operational 
amplifiers. 

These versatile measurement tools give you 
more than pinpointed parameters. A curve 
tracer can show you what happens be- 
tween specified points in a quickly graphed 
curve, thus providing the valuable perform- 
ance data necessary for accurate design, 
analysis, and evaluation. 

If you are well acquainted with Curve 
Tracers, you will find the Curve Tracer 
System descriptions (p 302-310) helpful in 
choosing the system that best meets your 
requirements. If you would like to receive 
a brochure, application notes, and other ma- 
terials to learn more about Curve Tracers 
and their measurement capabilities, please 
use the reply card; or, for faster action, 
contact a Tektronix Sales Engineer at the 
Sales Office nearest you. 



on a 



TdL/ CURVE TRACER 
I Llr\ SYSTEM 




576 



Tests Two- and Three- Terminal 
Discrete Semiconductors 

Power Capability up to 220 W 

Convenient Scale Factor Readout 

Other Test Fixtures for Testing Power 
Devices and Semi-Automated Testing 










The TEKTRONIX 576 Curve Tracer System contin- 
ues to hold the title "standard of the industry " 
The 576 accepts three different test fixtures: the 
Standard Test Fixture, 172 Programmable Test 
Fixture (described on p 304), and the 176 Pulsed 
High-Current Fixture (described on p 305). The 
576 is an excellent general purpose curve tracer 
system that performs well in applications where 
high current testing is required 

With the Standard Test Fixture, the collector 
supply of the 576 delivers up to 220 watts peak to 
the device under test The step generator can 
deliver up to 2 A in both its current and voltage 
modes of operation. Of course, with the 176, the 
576 is capable of pulsed collector operation up to 
200 amps peak 

One of the features that sets the 576 apart from 
the 577 is the display area READ-OUT. Adjacent 
to the 576’ s CRT are alphanumeric indicators of 
vertical and horizontal deflection factors, step 
amplitude, and Beta/div or 9m/div The Beta or 
gm readout saves the operator from the 
arithmetic usually necessary to arrive at these 
parameters The READ-OUT also provides a per- 
manent record of major knob settings in 576 CRT 
photographs 



Another unique feature of the 576 is the Calibrat- 
ed Display Offset. Combining a calibrated posi- 
tion control and a display magnifier, the Display 
Offset increases resolution and allows the opera- 
tor to make more precise measurements. 

Other features of the 576 Curve Tracer are:, 
adjustable current limiting in the step generator,! 
either 300 ms or 80 ms pulse width in pulsed base' 
operation, pushbuttons to check display zero andj 
calibration, and illuminated graticule. 
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SYSTEM 



CHARACTERISTICS 

COLLECTOR SUPPLY 

Modes — NORM positive or negative full wave rectified ac 
(line frequency), dc: positive or negative dc. LEAKAGE: emitter 
current rather than collector current measurements with an in- 
crease in the basic vertical deflection factor to 1 nA/div. 
Voltages — Peak open circuit voltages within +35% and 
-5% of indicated range 



Range 


15 V 


75 V 


350 V 


1500 V 


Max Continuous 
Peak Current 


10 A 


2 A 


0.5 A 


0.1 A 


Peak Pulse 
Mode Current 


>20 A 


>4 A 


>1 A 


>0.2 A 



Senes resistance is from 0.3 fl to 6 5 Mlt in 12 steps, all within 
5% or 0.1 W. Peak power limit setting: 0.1 W. 0.5 W. 2.2 W. 10 
W, 50 W. 220 W 

Safety Interlock — Protects operator from 75 V. 350 V, and 
1500 V collector voltages 

STEP GENERATOR 

Current Mode — Step/offset amplitude range is 5 nA/mV/step 
(with X0 1 MULT) to 2 V/step. 1-2-5 sequence Max current 
(steps and aiding offset) is X20 AMPLITUDE setting, except 
XI 0(2 A) at 200 mA/step andX15(1.5A) at lOOmA/step. Max 
voltage (steps and aiding offset) is at least 10 V. Max opposing 
offset current is XI 0 AMPLITUDE switch setting or 10 mA. 
whichever is less Max opposing voltage is limited at 1 V to 3 
V. 

Voltage Mode — Step/offset amplitude range is 5 mV/step 
(with X0 1 MULT) to 2 V/step. 1-2-5 sequence. Max voltage 
(steps and aiding offset) is X20 AMPLITUDE switch setting. 40 
V max. Max current (steps and aiding offset) is at least 2 A at 
10 V. derating linearly to 10 mA at 40 V. Short circuit current 
limiting is 20 mA. 100 mA. 500 mA + 100%. -0%; 2 A +50%, 
-0%. Max opposing offset voltage; X10 AMPLITUDE switch 
setting Max opposing current; limited at 5 mA to 20 mA. 
Accuracy — Incremental; within 5%. between steps, within 
10% with XI. 0 MULT. Absolute; within 2% of total output in- 
cluding offset, or 1% of AMPLITUDE setting, whichever is 
greater. Offset multiplier. 0 to XI 0 the AMPLITUDE setting, 
continuously vanable. Polarity AID(s) or OPPOSE(s) the step 
polarity 

Step Rates — X0.5. XI (NORM), and X2 the collector supply 
rate. The collector supply rate is twice line frequency. 

Pulsed Steps — =80 ns or 300 ns width, at NORM or X0.5 
rates. 

Step/Offset Polarity — The STEP GEN polarity is the same as 
the COLLECTOR SUPPLY polarity, and positive in the ac posi- 
tion. Step polarity may be inverted by actuating the INVERT 
pushbutton 

Step Family — REPETITIVE or SINGLE FAMILY (manually 
actuated). 

Number of Steps — Digitally selectable between 1 and 1 0 



DEFLECTION CONTROLS 



Display Accuracies — As a percentage of highest on-screen 
value 





OFFSET and 
MAGNIFIED 
with CENTERLINE 
VALUE from: 


NORM and 
DC MODES 


NOR- 

MAL 


100-40 

div 


35-15 

div 


10-0 

div 


Vert Collector 
Current 


3% 


2% 


3% 


4% 


Horiz Collector 
Volts 


3% 


2% 


3% 


4% 


Horiz Base Volts 


3% 


2% 


3% 


4% 


LEAKAGE MODE 

Vert Emitter 
Current/div: 








10 nA-2 mA/div 


3% ± 

1 nA 








1 nA-200 |4A/div 
(magnified) 


2% ± 
1 nA 


3% ± 

1 nA 


4% ± 

1 nA 


5, 2, 1 nA/div 


5% ± 
1 nA 








Horiz Collector or 
Base Volts with 
Emitter Current/ 
div of: 








>1 m 


3% 


2% 


3% 


4% 


100. 10, or 1 nA 


3% plus 
25 mV/ 
vert div 








200, 20, or 2 nA 


3% plus 
50 mV/ 
vert div 


NOT APPLICABLE 


500, 50, or 5 nA 


3% plus 
125 mV/ 
vert div 








VERT STEP 
GEN POSITION 


4% 


3% 


4% 


5% 


HORIZ STEP 
GEN POSITION 


4% 


3% 


4% 


5% 



Vertical Deflection Factor — Collector current is 1 ^A/div to 2 
A/div. 20 steps in 1-2-5 sequence (0.1 ^A/div with X10 magnifi- 
cation). Emitter current is 1 nA/div to 2 mA/div. 20 steps in 1-2- 
5 sequence. Step generator is 1 step/div. 

Horizontal Deflection Factor — Collector volts; 50 mV/div to 
200 V/div 12 steps (5 mV/div with XI 0 magnification). Base 
volts; 50 mV/div to 2 V/div. 6 steps (5 mV/div with XI 0 magnifi- 
cation). Step generator; 1 step/div. 

Displayed Noise — 1% or less or 



RANGE 


15 V 


75 V 


350 V 


1500 V 


Vertical — Collector 


1 mA 


1 mA 


2 /iA 


5 mA 


Vertical — Emitter 


1 nA 


1 nA 


2 nA 


5 nA 


Horizontal— Base 


5 mV 


5 mV 


5 mV 


5 mV 


Horizontal — Collector 


5 mV 


5 mV 


20 mV 


200 mV 



Calibrator (CAL) — Dc voltage (accurate within 1.5%) pro- 
vided to check and adjust vertical and horizontal gain. 

Position Controls — Fixed 5 div increments within 0.1 div. 
Continuous fine control over 5 div or less. 

Display Offset — 21 calibrated positioning increments, verti- 
cally or horizontally, of 0.5 div or 5 div with XI 0 MAGNIFIER. 

CRT and READOUT 

CRT — 6.5 in rectangular with parallax-free, illuminated grati- 
cule in centimeters The calibrated area is 10 cm vertical by 10 
cm horizontal (12 cm usable honzontal). P31 Phosphor normal- 
ly supplied. 

Readout — The readouts, adjacent to CRT. are digital indica- 
tors of the following parameters: PER VERT DIV from 1 nA/div 
to 2 A/div; PER HORIZ DIV from 5 mV/div to 200 V/div; PER 
STEP from 5 nA/step to 2 A/step, 5 mA/step to 2 V/step; fi 
(BETA) or g m . PER DIV from 1 » to 500 k calculated from 
CURRENT/DIV. X10 MAG. STEP AMPLITUDE, and X0.1 
MULT 



STANDARD TEST FIXTURE 

Description — A plug-in fixture wth two sets of 5 pin test 
terminals, the EMITTER GROUNDED or BASE GROUNDED 
switch. LEFT-OFF-RIGHT switch, STEP GEN OUTPUT EXT 
BASE or EMITTER input and the OPERATOR PROTECTION 
BOX The test terminals accept either the 6 pin universal 
adapters. 3 pin adapters, or the high-power transistor adapters 
with KELVIN contacts. 

OTHER CHARACTERISTICS 

Power Requirements — Power source; operates only with an 
unbalanced-to-ground power source For safe operation, the 
power line neutral (white or ’identified' conductor) must be 
connected to the instrument neutral (unfused), and the power 
plug safety ground (green conductor) must return to ground 
through a different path than the power line neutral Voltage 
Ranges, the quick-change line-voltage range selector accom- 
modates 90 V ac to 136 V ac or 180 V ac to 272 V ac (six 
positions), at 48 Hz to 66 Hz line frequency. Max power con- 
sumption is 305 W. stand by power is =60 W. 

Ambient Temperature — Performance characteristics are val- 
id over an ambient temperature range of +10°C to +40°C. 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


38.1 


15.0 


Width 


29.2 


11.5 


Depth 


58.4 


23.0 


Weights 


Kg 


lb 


Net 


32.0 


70.5 


Shipping 


~48.5 


~107 



INCLUDED ACCESSORIES 

Transistor adapter (013-0098-02). FET adapter (013-0099-02) 
T03 adapter (013-0100-01). T066 adapter (013-0101-00). axial 
lead diode adapter (013-0111-00), stud diode adapter (013- 
0110-00). Kelvin sensors for large and small plastic transistors 
(013-0138-01). and protective cover (337-1194-00) 



ORDERING INFORMATION 
576 Curve Tracer with Standard 



Test Fixture $8775 

The 576 Option 0 1 deletes the parameter readout module but 
maintains provisions for insertion of the module (020-0031-00) 
at any time. 

Option 01 Sub S650 

Auto Scale-Factor Readout Module 

020-0031-00 $1500 

INTERNATIONAL POWER CORD AND PLUG OPTIONS 

Option A1 Universal Euro 220 V/16A No Charge 

Option A2 UK 240 V/13A No Charge 

Option A3 Australian 240 V/10A No Charge 

Option A4 North American 240 V/15A No Charge 



OPTIONAL ACCESSORIES 

Camera — See Oscilloscope/Camera Adapter chart in Camera 
section of this catalog. 

Test Set-up Chart — Package of 250 

Order 070-0970-01 $10 

1 72 Test Fixture See page 304 

1 76 Test Fixture See page 305 

Socket Adapters See pages 310 & 311 



T[Z I/" CURVE TRACER 
I IZlA PROGRAMMABLE TEST FIXTURE 



172 



Semi-Automated Test Fixture 
Tests up to 1 1 Parameters 
Reduces Total Test Time 





The 172 Programmable Test Fixture, when used 
with the TEKTRONIX 576 Curve Tracer, permits 
the operator to program a sequence of tests of 
J FETs, transistors, and diodes. 

The 172 can greatly reduce total test time in 
applications when more than one measurement is 
made on a batch of many devices. Without the 
172 all devices in the batch must be repeatedly 
inserted in the test fixture, once for every mea- 
surement However, the 172 Programmable Test 
Fixture performs as many as eleven different 
tests on each device. 

The 172 sequences through the various tests 
either automatically or manually. A variable RATE 
control is provided to set the test sequence at a 



rate which is best for the operator New operators 
require more time per test, but with experience 
they will want to test at a faster rate. A front-panel 
switch or an optional foot switch advances the 
test in the manual mode 

CHARACTERISTICS 

VERTICAL AND HORIZONTAL AMPLIFIERS 
Display Accuracies — The same as the 576 Curve Tracer 
with its included Standard Test Fixture. 

Vertical Deflection Factor — Tests 1 and 2 (Collector or Emit- 
ter Current): 1 1 mA to 2 A/div in 20 steps. Tests 3. 4, and 8, 9. 
10. 11 (Collector or Breakdown Current): 1 *»A to 0.5 A/div in 
18 steps. Tests 5. 6. 7 (Leakage Current): 1 nA to 0.5 A/div in 
27 steps All steps are in a 1-2-5 sequence. 



Horizontal Deflection Factor — Test 1: 0.05 V/div to 200 
V/div in 12 steps. Test 2 (Base Voltage): 100 mV/div to 2 V/div 
in 5 steps. Input Z for Test 2. at least 100 MHz at 100 mV/div 
and 200 mV/div. 1 MO (within 2%) at 0.5 V/div, 1 V/div. and 2 
V/div Tests 3 and 4 (Collector Voltage): 100 mV/div to 2 V/div 
in 5 steps Tests 5 through 11 (Breakdown or Leakage Volt- 
age) 100 mV/div to 50 V/div in 9 steps All steps are in a 1-2-5 
sequence 

Collector Sweep Voltage — At least 2 V open circuit, or 1 .5 A 
short circuit, at 100 mV/div and 200 mV/div. At least 5 V open 
circuit, or 2 A short circuit, at 500 mV/div. At least 20 V open 
circuit, or 150 mA short circuit, at 1 V/div and 2 V/div 
Current Supply Accuracy — 0 1 mA to 1 1 mA, accurate within 
2% ± 30 nA with up to 500 V compliance 10 mA to 110 mA, 
accurate within 2% ± 30 nA with up to 50 V compliance. Incre- 
ments of current are: 0.1 mA (from 0.1 n A to 1 1 mA), 1 mA (from 
10 *jA to 110 mA), 10 MA(from 100 mA to 1.1 mA), 100 mA (from 
1 mA to 11 mA) and 1 mA (from 10 mA to 110 mA). 

Voltage Supply Accuracy — 1 V to 500 V. accurate within 3% 
± 300 mV with at least 0.5 mA compliance. 

Teat Display Time Range (Automatic) — 300 ms or less to at 
least 2 s continuously variable Manual operation from a front- 
panel switch or optional foot switch. 

OTHER CHARACTERISTICS 

Ambient Temperature — Performance characteristics are val- 
id over an ambient temperature range of + 10°C to +40°C 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height w/cover 


16.5 


6.5 


Width 


19.8 


7.8 


Depth 


31.5 


12.4 


Weights 


kg 


lb 


Net 


5.2 


11.5 


Shipping 


—8.2 


~18.0 



Included Accessories — One protective cover, five program- 
ming cards. 250 programming card pins, five CRT overlay limit 
cards. 

Order 172 Programmable Test Fixture $3665 



TESTS THAT CAN BE 
PERFORMED ON: 


PROGRAMMABLE CAPABILITIES 


Test 


Xstr 


J 

FETs 


Diodes 


•1 


Hfe, 

VCE(" f ) 


Vr 


Vf 


PEAK CURRENT up to 10 A PEAK VOLTS up to 350 V. 


2 


Vbe 






Horiz range is 100 mV/div to 2 V/div (other conditions same as Test 1). 


3 


Hfe, 

VcE( ,4t ) 


loss, 

RdsI 0 ") 


Base Drive: 100 nA to 110 mA. When testing J FETs the base terminal is 
shorted to the emitter terminal. 

Collector Sweep: three fixed ranges; 2 V, 5 V, and 20 V peak. Short circuit 
currents on these ranges are 1.5 A, 2 A, and 150 mA, respectively. 


4 


Same as #3. 




5 


Iceo or Ices, 
Icer with 
external short 
or resistor 


Voltage Supply: 1 V to 500 V dc. Leakage current measurements to 0.5 mA. 
The most sensitive deflection factor is 1 nA/div. 


6 


Icbo 


Igss 




Same as #5. 


7 


Iebo 




Ir 


Same as #5. 


8 


Vibriceo or 
V(BR)CER With 
external resistor 


Vf 


Current Supply: 100 nA to 11mA dc for breakdown voltage measurements to 
500 V. Up to 100 mA dc for breakdown voltage measurements to 50 V. 


9 


V(BR)CES 






Same as *8. 


10 


< 

n 

o 


BVgss 




Same as #8. 


11 


V(BR)EBO 




Vr 


Same as #8. 



*AII of the test conditions for Test 1 are controlled by the 576 front-panel controls. Test 2 has the same conditions 
as for Test 1 except the horizontal amplifier is connected to the emitter-base terminals, and the horizontal deflec- 
tion factor is controlled by the programming card. 

For the remaining tests the only 576 controls that are functional are the Polarity and CRT controls such as INTEN- 
SITY, FOCUS, DISPLAY OFFSET. 
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PULSED HIGH CURRENT 
CURVE TRACER FIXTURE 




The 176 Pulsed High-Current Fixture provides the 
576 Curve Tracer with pulsed collector operation 
to 200 amps peak and pulsed base steps to 20 
amps peak The step offset, when selected, is 
also pulsed The pulsed operating mode allows 
many tests previously considered impossible For 
example, small signal transistors can be tested 
under pulsed collector breakdown conditions 
without overdissipation The 176 Test Fixture fits 
5 in place of the 576 Standard Test Fixture. The 
collector pulse is slaved to the 576 in regard to 
width and repetition rate 

The pulse width is selected by depressing the 
300 a*s or 80 ^s pushbutton on the 576 Mainframe 
(usually, 300 ns should be selected) The rep rate 
is automatically set when the 176 is inserted in 
the mainframe Rep rate is also dependent on 
power-line frequency The five highest VERTICAL 
CURRENT/DIV (0.1 A/div to 2 A/div) of the 576 
can be multiplied X10 by actuation of the X10 
: VERT pushbutton on the 176. This feature en- 
ables viewing of up to a 200 amp peak display 
The five highest STEP GENERATOR AMPLITUDE 
base current steps of the 576 (10 mA to 200 mA) 
can be multiplied X10 by actuation of the X10 
STEP pushbutton on the 176. This feature en- 
ables the pulsed base step generator on the 176 
to provide up to a 20 amp base step (tenth step). 
Both X10 VERT and X10 STEP pushbuttons pro- 
vide inputs to the fiberoptic readout to display 
actual values 



CHARACTERISTICS 

COLLECTOR SUPPLY (PULSED) 

Width — 300 ms or 80 ms determined by 576 

Repetition Rate — Power-line frequency 

Polarity — ♦ or determined by 576 polarity control 

Amplitude — Ranges are 15. 75. 350 V nominal, controlled by 

MAX PEAK VOLTS switch on 576 Current (minimum available 

at low line into shorted load) is 15 V range. 200 A. 75 V range. 

40 A. 350 V range. 8 A 

Max Peak Watts — Three illuminated pushbuttons select 10, 
100 1000 W max peak power 

STEP GENERATOR 

Current Ranges (X10 STEP selected) — Step-Offset Ampli- 
tude Range is 100 mA to 2 A. 5 steps in a 1-2-5 sequence Max 
Current (Steps and Aiding Offset) is X200 576 AMPLITUDE 
setting or 20 A. whichever is less Max Voltage (Steps and 
Aiding Offset) is at least 5 V up to 10 A and 2 V up to 20 A 
576 Offset Multiplier — 0 to XI 00 576 AMPLITUDE switch 
setting 

Step Rate — Power-line frequency 
Pulsed Steps — 300 pS or 80 ^s wide 
Step/Offset Polarity — The STEP GEN polarity is the same as 
the COLLECTOR SUPPLY polarity Step polarity may be in- 
verted by actuating the INVERT pushbutton 
Accuracy (Current steps including offset) — Incremental is 
within 5°o between any two steps, within 10% with X0 1 STEP 
MULT Absolute is within 3% of total output ± 1% of one step 
or within 3% of one step, whichever is greater 

VERTICAL AMPLIFIER 

Deflection Factor (X10 VERT selected) — 1 A/div to 20 
A/div. 5 steps in a 1-2-5 sequence 



OTHER CHARACTERISTICS 

Ambient Temperature — Performance characteristics are val- 
id over a temperature range of 0°C to + 40 °C. 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


11.7 


4.6 


Width 


20.1 


7.9 


Depth 


29.0 


11.4 


Weights 


kfl 


lb 


Net 


5.8 


12.8 


Shipping 


8.2 


18.0 



Included Accessories — T036 adapter (013-01 12-00). stud 
diode adapter (013-01 10-00). protective shield (337-1194-00) 



Order 176 Pulsed High-Current 

Fixture $4145 




TEK 



STORAGE AND NON-STORAGE 
CURVE TRACER SYSTEMS 



577 

Test Two- and Three- Terminal 
Discrete Semiconductors 

Storage Capability 

Power Capability up to 100 Watts 






_1 "Jh~ 



The 577 Curve Tracer System, when used with 
the 177 Standard Test Fixture, is a smaller and 
lighter configuration that retains many of the 
important features and performance of the 576 
The 577 also accepts the 178 Linear 1C Test 
Fixture. The major features that separate the 577 
from the 576 are storage and the emphasis on 
low current measurements. 



The 577 s storage CRT may be used to overlay 
the characteristic curves of one device on top of 
the stored characteristics of another Dot displays 
(generated during high current pulsed testing or 
during very low current testing under dc condi- 
tions) can be transformed into complete charac- 
teristic curves by simply moving them across the 
CRT while in the storage mode. A good example 
of a dot display occurs in op amp testing be- 
cause the open-loop 3 dB bandwidth of many op 
amps is so low that the curves must be plotted 
slowly Linear ICs such as op amps may be 
tested with the 577 by using the 178 Linear 1C 
Test Fixture (see page 308) 



In the 577/177 Curve Tracer System several fea- 
tures facilitate low current measurements They 
include: small current sensing resistors (which 
result in less capacitive looping), current sensing 
that always takes place in the collector supply 
lead (which permits measurements on three- ter- 
minal active devices at the lowest current ranges 
and eliminates the need for a correction to the 
horizontal deflection factor), and a display filter 
(which reduces vertical deflection noise). 

Although the 577/177 Collector Supply has lower 
power capability (the 576 can deliver approxi- 
mately 2 2 times as much power to the device 
under test), approximately the same test current 
is available, 10 A continuous peaks at line fre- 
quency The 577/177 provides its highest currents 
at a lower voltage than does the 576 
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STANDARD TEST FIXTURE 



Other innovations in the 577/177 Curve Tracer are 
an emitter-base breakdown position on the lead 
selector switch, availability of approximately 95 
steps from the step generator, an uncalibrated 
bias supply, independent magnifiers that increase 
resolution on either or both CRT axes, and a 
beam finder 

CHARACTERISTICS 

All characteristics are for the 577 Curve Tracer Mainframe op- 
erating with a 177 Standard Test Fixture 

COLLECTOR SUPPLY 

Modes — Five modes of collector supply operation are selec- 
table These are: ac at line frequency, positive full wave recti- 
fied. negative full wave rectified, positive dc. or negative dc 
Voltage — The voltage is variable to the max peak volts 
selected 



Max Peak Volts 
Open Circuit 


6.5 V 


25 V 


100 V 


400 V 


1600 V 


Continuous 
Current, Peak 


10 A 


2.5 A 


0.6 A 


0.15 A 


0.04 A 


Peak Pulse 
Current 


20 A 


5 A 


1.25 A 


0.30 A 


0.08 A 



Series Resistance — 14 values from 0 12 it to 8 Mii. Coupling 
of senes resistance and voltage controls maintains max peak 
power to the device under test when changing voltage ranges. 
Safety Interlock — Protects operator from 100. 400. and 1600 
volt ranges Momentary button provides for overriding 
interlock 

STEP GENERATOR 

Current Mode — Step amplitude range is 5 nA/step (with 
STEP X0 1) to 200 mA/step. in a 1-2-5 sequence Available 
current is at least 2 A on the highest amplitude setting with 5 V 
or more compliance. For opposing offset, available current is at 
least 10 mA with voltage limited between 1 V and 5 V. 
Voltage Mode — Step amplitude range is 5 mV/step (with 
STEP XO 1 ) to 2 V/ step, in a 1-2-5 sequence Current is limited 
between 100 mA and 200 mA. For opposing offset, available 
current is at least 10 mA (at 0 V) derating to 0 mA at 20 V. 
Accuracy — ■ Incremental, within 2% between steps. Absolute; 
within 3% of total output or AMPLITUDE setting, whichever is 
greater When STEP X0.1 is actuated the absolute step accu- 
racy is 4%. 

Step Rate — Selectable at XI (SLOW). X2 (NORM), or X4 
(FAST) line frequency. 

Pulsed Steps — Steps can be gated for a duration of = 300 ns 
for testing at low duty cycle 

Step/Offset Polarity — With NORM POLARITY selected, the 
Step Generator polarity is the same as the Collector Supply 
polarity, and positive in the ac position. Polarity can be inde- 
pendently inverted with STEP/OFFSET POLARITY control or 
from the test fixture. 

Offset — The amplitude of the entire set of steps can be offset 
in a continuously variable and calibrated manner to either AID 
or OPPOSE steps Max range of offset is 10 full-amplitude 
steps 

Step Family — Repetitive or single family 

Number of Steps — Selectable from 1 to 10 full-amplitude 

steps Selectable up to =95 steps when using STEP X0 1 

multiplier 



DEFLECTION CONTROLS 

Display Accuracies — As a percentage of highest on-screen 
value 



Display Mode 


Normal 


Magnified 


Vert Collector Current 


3% ±1 nA 


4% ±1 nA 


Horiz Collector Volts 


3% 


4% 


Horiz Base Volts 


3% 


4% 


Horiz Step Gen 


4% 


5% 



Vertical Deflection Factor — Collector current is 2 nA/div to 2 
A/div. 28 steps m 1-2-5 sequence (0 2 nA/div to 0 2 A/div with 
X10 magnification) 

Horizontal Deflection Factor — Collector volts. 50 mV/div to 
200 V/div. 12 steps in a 1-2-5 sequence (5 mV/div to 20 V div 
with XI 0 magnification) Base volts, 50 mV/div to 2 V/div. 6 
steps m a 1-2-5 sequence (5 mV/div to 0 2 V/div with XI 0 
magnification) Step generator. 1 step/div (0.1 step/div with 
X10 magnification) 

Automatic Scale Factor Readout — Change in deflection fac- 
tor is indicated by lights behind the knob skirt when using XI 0 
MAG 

Automatic Positioning — Trace (or spot) is automatically posi- 
tioned when Collector Suppiy polarity is changed when using 
the 177. 

Display Invert — Single control inverts display and repositions 
trace 

Display Filter — Selectable low pass filter reduces vertical 
noise for easier high sensitivity measurements 

CRT 

CRT — Rectangular 6.5 in with an 8 x 10 div (1.27 cm/div) 
parallax-free internal graticule Two display modules are avail- 
able for the 577 The D1 display unit has a split-screen storage 
CRT with phosphor similar to PI. The D2 display unit has a 
nonstorage CRT with P31 Phosphor Accelerating potential is 
3 5 kV 

Beam Finder — Compresses off-screen trace to within grati- 
cule area 

Ambient Temperature — Performance characteristics are val- 
id over an ambient temperature of + 10°C to 4 40 °C. 

PHYSICAL CHARACTERISTICS 

577/DI or 577/D2 177 



Dimensions 


cm 


in 


cm 


in 


Height 


50.3 


19.8 


10.2 


4.0 


Width 


22.4 


8.8 


20.1 


7.9 


Depth 


58.4 


23.0 


15.2 


6.0 


Weights 


kg 


lb 


kg 


lb 


Net 


18.1 


40 


1.1 


2.5 


Shipping 


22.7 


50 


2.7 


6 



Note When the 577 and 1 77 are ordered together their com- 
bined shipping weight is: domestic = 53 lb or = 24 kg. 




177 TEST FIXTURE 

Device Lead Selection — Switch provides six different lead 
configurations. Three positions for EMITTER GROUNDED 
measurements provide STEP GEN. OPEN (OR EXT), and 
SHORT base terminal connections Two positions for BASE 
GROUNDED measurements provide STEP GEN and OPEN 
(OR EXT) emitter terminal connections One position provides 
for EMITTER BASE BREAKDOWN or leakage measurements 
up to 25 volts. 



Left-Right Switch — Selects left or right test connections Off 
in center position Test connection area accepts all 
TEKTRONIX Curve Tracer adapters and protective cover Kel- 
vin connections are provided for emitter and collector 
terminals 

Looping Compensation — Reduces display loops due to test 
adapter capacitance and some device capacitance 
Variable Voltage Supply — Continuously variable bias supply 
from - 12 V to -t 12 V Source resistance is 10 kll or less 

OTHER CHARACTERISTICS 

Power Requirements — 100. 110. 120 V ac or 200. 220. 240 
V ac. all within ♦ 10% 50 to 60 Hz. 155 W max at 110 V ac 
and 60 Hz 

INCLUDED ACCESSORIES 

Transistor adapter for most bipolar transistors and some MOS 
FETs (013-0098-02) axial lead diode adapter with Kelvin sens- 
ing terminals (013-0111-00). protective shield for test connec- 
tion area (337-1194-00) 



ORDERING INFORMATION 
577/DI Storage Curve Tracer 

Mainframe $4850 

577/D2 Nonstorage Curve Tracer 
Mainframe $4195 

Option 10. 10 x 10 cm Graticule; available with either 
storage or nonstorage mainframe Add $65 

177 Standard Test Fixture $1000 



OPTIONAL ACCESSORIES 
1 78 Linear Test Fixture; see following page for com- 
plete description ............ $2500 

Camera — C-5C. see page 322 for complete descnption 

$500 

Cart — Tek Lab Cart. Model 3 (see page 345). 

Order Model 3 ...... $425 

Test Set-up Chart — Package of 250 

Order 070-1639-00 .. $7.50 

Device Adapter Sockets: see page 310 for complete 
description 
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TUTL/ CURVE TRACER 
I LLi\ LINEAR 1C TEST FIXTURE 



178 



Tests Single, Dual, or Quad: 

Operational Amplifiers, Comparators 
Differential Amplifiers, Regulators and more 




Since linear ICs are typically tested under very 
low current conditions, the 577/178 Curve Tracer 
System is ideally suited to the task The 178 
Linear 1C Test Fixture provides the necessary 
accurate low current measurement capability, 
test cards set up the measurement function, and 
the 577 s storage CRT allows the operator to 
transform the dot display (usually seen under low 
current dc conditions) into a complete character- 
istic curve by slowly sweeping the dot across the 
CRT while in the Storage Mode 

A 577/178 Curve Tracer System is composed of a 
577 Mainframe, 178 Linear 1C Test Fixture, appro- 
priate test cards (choose from three op amp 
cards and two regulator cards), and the proper 
socket adapter (see page 310) that interfaces the 
system to the device under test 

Test cards, which slide into the 178, define the 
measurement function of the 178 Test Fixture. 
Two families of test cards are available: op amp 
cards and regulator cards Op amp cards are 
used for testing standard and special op amps, 
comparators, differential amplifiers, video amplifi- 
ers, etc Regulator cards are used for testing 
positive and negative three-terminal voltage regu- 
lators 

OP AMP CARDS 

The Standard Op Amp Card is designed to test 
devices that require single or dual power sup- 
plies, have two (differential) high-impedance in- 
puts, and a single output Common measure- 
ments include offset voltage, positive and 
negative input current, cmrr, gam, positive and 
negative psrr, positive and negative supply cur- 
rent, and collector supply current 

The Hardwire Card is designed for those appli- 
cations where there is an advantage in preparing 
individual cards for specific devices so that they 
may be quickly switched to accommodate a 
change in the type of device under test The 
Hardwire Card also offers a greater degree of 
freedom to the knowledgeable designer in testing 
special devices 

The Multiple Op Amp Card allows the operator 
to test up to four devices in a single package by 
simply operating a four-position switch. The four- 
position switch selects the op amp (in a multiple 
op amp package) or the selection of a linear 1C to 
be tested The measurements performed are the 
same as those available with the Standard Op 
Amp Card 




Socket Adapters for Op Amp Cards — The 

device under test socket on the Standard and 
Multiple Op Amp Cards accepts several types of 
socket adapters using the Amphenol-Barnes 
adapter system This system accepts most of the 
standard package configurations (T05, DIP, flat 
pack, etc). Sockets for these cards are shown on 
page 310 

REGULATOR CARDS 

There are two types of Regulator Cards, positive 
and negative These cards are used primarily in 
measuring parameters of three-terminal voltage 
regulators Parameters measured include, output 
voltage, load regulation, line regulation and ripple 
regulation, and quiescent and common terminal 
current 

Socket Adapters for Regulator Cards — 

Socket adapters for both positive and negative 
three-terminal regulators are the same as the 
Kelvin Sensing Adapters used on the standard 
curve tracer (see page 310). 



CHARACTERISTICS 



VERTICAL 

DEFLECTION 

(1-2-5 Sequence) 


NORMAL 


MAGNIFIED 


Input Voltage or 
A Input Voltage 


10 /iV/div 
to 50 mV/div 


1 /iV/div 
to 5 mV/div 


Accuracy 


3% 


4% 


Input Current 


50 pA/div 
to 0.2 mA/div 


5 pA/div 
to 20 /iA/div 


Accuracy 


3% ±50 pA 


4% ±50 pA 


Power Supply 
Current 


0.1 jaA/div 
to 50 mA/div 


10 nA/div 
to 5 mA/div 


Accuracy 


3% ±0.1 /iA 


4% ±0.1 mA 


Collector Supply 
Current 


1 nA/div 
to 50 mA/div 


0.1 nA/div 
to 5 mA/div 


Accuracy 


3% ±1 nA 


4% ±1 nA 



Accuracies are a percentage of highest on-screen values 



Power Supplies — Positive and negative supplies are adjust- 
able from 0 to 30 V. available current is at least 150 mA with 
adjustable current limiting The voltage of both supplies can be 
adjusted from a single calibrated control, accuracy is within 2% 
± 1 00 mV Negative supply can be independently adjusted by 
an uncalibrated control 

Sweep Generator — A sinusoidal signal controls the output, 
common-mode input, or the power supply voltages of the de- 
vice under test The frequency is adjustable from 0.01 Hz to 1 
kHz amplitude is adjustable up to 30 V peak 
Source Resistance — For input resistor pairs, selectable 50 12 
10 K 12 . 20 klf. and 50 k!2, or external resistors may be used 
When the vertical deflection factor is in one of the less sensitive 
positions. 1 mV through 50 mV/div. the input resistance values 
are 550 12 greater 

Load Resistance — Six selectable load resistors. 100 12. 1 kli, 
2 k!2. 5 kli, 10 kli. 20 kli. and 50 kli. or external resistors may 
be used 



Collector Supply — The 25 V and 100 V ranges of the Collec- 
tor Supply (located on 577 Mainframe) are available to the 178 
Test Fixture Supply output is located on the 178 front-end 
panel and on the device card Automatic positioning with sup- 
ply polarity is inoperative when using the 1 78 Test Fixture (See 
577 177 characteristics for Collector Supply performance.) 
Step Generator — All the capabilities of the Step Generator 
(located on 577 Mainframe) are available to the 178 Test Fix- 
ture Generator output is locateo on the 178 front-end panel 
and on the device card (See 577/177 characteristics for Step 
Generator performance ) 

OUT Supplies Disconnect — A single switch disconnects all 
power to the device under test both plus and minus Power 
Supplies Collector Supply, and Step Generator 
Function Switch — Selects vertical and horizontal deflection 
signals and connection of the test signal to the device under 
test 

Zero — Single pushbutton provides a zero reference to the 
CRT display and in certain functions, nulls out offset voltage in 
order to measure A input V on the vertical display axis 
THREE-TERMINAL REGULATOR 
TEST CARD CHARACTERISTICS 
Device Under Test Input Supply 
Input Voltage — Two ranges 0-30 V and 0-60 V 
0-30 V is within ±2°o ±200 mV of dial setting, and 0-60 is 
within ±2 5°o ± 300 mV of dial setting 
Regulation — Within 200 mV 
Input Sweep Frequency — Dc to 1 kHz 
300 iiS Pulsed Current — 5 mA to 2 A 



Short Duration DC Current (One minute) 



Supply Voltage 


Current 


0-10 


700 mA 


10-20 


350 mA 


20-40 


300 mA 


40-60 


120 mA 



Device Under Test Current Load — 5 mA to 2 A within ± 3% 
of 0 to 1 25 mA 

Device Under Test Comparison Output Dc Voltage Accura- 
cy — 0-10 V range within ± 1% ± 20 mV. 0-100 V range within 
±1% ±150 mV 



PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


11.4 


4.5 


Width 


20.1 


7.9 


Depth 


19.8 


7.8 


Weights 


kfl 


lb 


Net 


1.5 


3.3 


Shipping 


3.6 


8.0 



Included Accessories — Dual-in-line 16 pin 1C socket (136- 
0442-00) Standard Op Amp Card with cover and ten patch 
cords (013-0149-01). interchangeable nomenclature panel for 
function switch (333-1770-00) 



ORDERING INFORMATION 
178 Linear 1C Test Fixture $2500 

Standard Op Amp Card — (One included with 178) 

013-0149-01 $275 

Hardwire Card 

013-0150-01 $125 

Multiple Op Amp Card (013-0155-00) $450 

Positive Regulator Card 

013-0147-00 $695 

Negative Regulator Card 

013-0148-00 $695 



Standard Op Amp Card Positive Regulator Card 
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CURVE TRACER PLUG-INS 
FOR OSCILLOSCOPES 



5CT1N and 7CT1N 

Tests Semiconductor Devices 
to 0.5 W 

10 nA/div to 20 mA/div Vertical 
Deflection Factors 

0.5 V/div to 20 V/div Horizontal 
Deflection Factors 

Easy to Operate 













T t 







Curve Tracer 

The 7CT1N Curve Tracer is a plug-in unit for use 
in TEKTRONIX 7000 Series Oscilloscope Systems 
and the 5CT1N Curve Tracer is a plug-in unit for 
use in TEKTRONIX 5000 Series Oscilloscope Sys- 
tems. Both are for displaying characteristic 
curves of small-signal semiconductor devices to 
power levels up to 0.5 watts. The plug-ins operate 
in a vertical compartment of the respective 
mainframes The 7CT1N also operates in the 
horizontal compartments of the 7000 Series Oscil- 
loscope Systems. 

CHARACTERISTICS 

COLLECTOR DRAIN SUPPLY 





XI 


X10 


Horizontal 
V olts/Div 


0.5 


2 


5 


20 


Voltage Range 


0- 7.5 V 


0-30 V 


0- 75 V 


0 - 300 V 


Maximum 

Current 


240 mA 


60 mA 


24 mA 


6 mA 



Max Open Circuit Voltage — Within + 20% Max short circuit 
current within 30%. 

Series Resistance — Automatically selected with horizontal 
Vdiv switches Peak power is 0 5 W or less depending upon 
control settings 

High Voltage Warning — When the horizontal V/div switch is 
in the X10 position a flashing warning light appears on the 
front panel indicating that dangerous voltages may exist at the 
test terminals 

STEP GENERATOR 

Transistor Mode — Step amplitude range is 1 ^A/step to 1 
mA/step 1-2-5 sequence Max current (steps plus aiding off- 
set) is X15 amplitude setting Max voltage (steps plus aiding 
offset) is at least 13 V Max opposing offset current is at least 
X5 amplitude setting 

FET Mode — Step amplitude range is 1 mV/step to 1 V/step, 
1-2-5 sequence Voltage amplitude (steps plus aiding offset) is 
X15 amplitude setting. 13 V max Source impedance is 1 kit ± 
1 % 

Accuracy — Incremental, within 3% between steps Absolute, 
within ±(3% + X0 3 amplitude setting.) 

Step Polarity — The step generator polarity is the same as the 
collector dram supply in the transistor mode and opposing in 
the FET mode 

Number of Steps — Selectable in one-step increments be- 
tween 0 and 10 



7CT1N 



Curve Tracer 

Offset — Selectable from 0 to 5 steps Polarity aids or op- 
poses the step polarity. 

Vertical Deflection Factors — 10 nA/div to 20 pA/div with the 
4 - 1000 control activated. 10 *iA/div to 20 mA/div in the XI 
mode 

Vertical Display Accuracy — Within 5% in the XI mode 
Within 5% ±0 2 nA per displayed horizontal V when in the 
4- 1000 mode 

Horizontal Deflection Factors — Selectable 0 5 V. 2 V. 5 V. 

or 20 V 

5CT1N Horizontal Display Accuracy — Within 5% plus the 
deflection factor accuracy of the plug-in being driven. The plug- 
in would be a vertical or horizontal amplifier (such as the 
TEKTRONIX 5000 Series Plug-ins) with a 50 mV/div deflection 
factor and an input R of at least 50 kit and would be used in the 
horizontal compartment of the 5000 Series Oscilloscope 
Mainframe 

7CT1N Horizontal Display Accuracy — Within 5% plus the 
deflection factor accuracy of the plug-in being driven The plug- 
in would be a vertical or horizontal amplifier (such as the 
TEKTRONIX 7000 Series Plug-ins) with a 100 mV/div deflec- 
tion factor and an input R of at least 50 kit and would be used 
in the horizontal compartment of the 7000 Series Oscilloscope 
Mainframe 

OTHER CHARACTERISTICS 

Ambient Temperature — Performance characteristics are val- 
id from 0 C to 4 50°C 

PHYSICAL CHARACTERISTICS 





5CT1N 


7CT1N 


Dimensions 


cm 


in 


cm 


In 


Length 


30.5 


12.0 


36.8 


14.5 


Width 


6.6 


2.6 


7.1 


2.8 


Height 


12.7 


5.0 


12.7 


5.0 


Weight 


kg 


lb 


kg 


lb 


Net 


0.8 


1.8 


1.1 


2.5 


Shipping 


1.8 


4.0 


2.7 


6.0 



Included Accessories — Test Adapter (013-0128-00) with 
two sets of test terminals, one with T05 basing and the other 
with T0 18 basing 



ORDERING INFORMATION 



5CT1N Curve Tracer $785 

7CT1N Curve Tracer $1305 




E 



3 PIN ADAPTERS 

The following accessories may be used with any 
of the TEKTRONIX Curve Tracer products They 
do not have Kelvin sensing contacts 



A. T05 or T0 18 Transistor Adapter — 

Order (013-0128-00) $22 

B. Blank Adapter — For mounting special sockets. 

Order (013-0073-00) $18 

C. T03 or T066 Transistor Adapter — 

Order (013-0070-01) $40 

D. Diode Test Adapter — Holds axial-lead diodes. 

Order (013-0072-00) $55 

E. Diode Test Adapter — Magnetically holds steel axial-lead 
diodes. 

Order (013-0079-00) $150 



309 





TCL/ CURVE TRACER 
I Llr\ SOCKET ADAPTERS 




DUAL WIDTH ADAPTERS 

The following accessories fit the side-by-side 
terminals on test fixtures of the 576, 576/172, and 
577/177 Curve Tracers 

A. Transistor Adapter — Useful for most single and dual bipo- 
lar transistors and some MOS FETs. 

Order (013-0098-02) $195 

B. FET Adapter — Useful for most single and dual FETs. 

Order (013-0099-02) $195 

C. Long Lead Transistor Adapter — Accepts dual or single 
transistors with untrimmed leads. 

Order (013-0102-00) $190 

D. Long Lead FET Adapter — Accepts dual or single FETs 
with untnmmed leads 

Order (013-0103-00) $195 

E. Integrated Circuit Adapter — Allows connection to multipin 
device packages. The appropriate multilead socket is plugged 
into the integrated circuits adapter. The pins are then connect- 
ed to the collector, base, or emitter terminals by means of the 
patch cord. A tie point is also provided so that an external 
power supply or signal source may conveniently be patched to 
the 1C pins. Order the appropriate multilead socket listed 
separately 

Order (013-0124-01) Includes 

8 each 4 inch test leads $295 



KELVIN SENSING ADAPTERS 

The following accessories fit the test fixtures of 
the 576. 576/172, 576/176, and 577/177 Curve 
Tracers 

A. Transistor Adapter — Accepts long or short transistors. 

Can be rewired to accommodate nonstandard configurations. 
Order (013-0127-01) .. $65 

B. In-Line Adapter — Accepts large and small transistors with 
in-line leads The adapter will accept devices with approx spac- 
ing between terminals of 0 06 in up to 0.18 in. It is wired for a 
B-C-E terminal configuration but may be easily rewired for the 



C-B-E configuration. 

Order (013-0138-01) $75 

C. T036 Adapter — Order (013-0112-00) $85 

D. T03 Adapter — Can be rewired to accommodate nonstan- 
dard configurations. 

Order (013-0100-01) $95 

E. T066 Adapter — 

Order (013-0101-00) $95 

F. Axial Lead Diode Adapter — 

Order (013-0111-00) $95 

G. Stud Diode Adapter — 

Order (013-0110-00) $95 

H. Blank Adapter — For mounting special sockets 

Order (013-0104-00) $55 

I. Power Transistor Adapter — 

Order (013-0163-00) $95 



MULTILEAD SOCKETS 

These sockets are used with the Integrated Cir- 
cuit Adapter (013-0124-01) listed under Dual 
Width Adapters, and with the 178 Test Fixture 



A. 8 Lead TO Package — 

Order (136-0444-00) $33 

B. 10 Lead TO Package — 

Order (136-0441-00) $49 

C. 14 Lead Dual-in-line Package — 

Order (136-0443-00) $27 

D. 16 Lead Dual-in-line Package — 

Order (136-0442-00) $34 



(These lour sockets are the most commonly required in curve 
tiacer applications Additional socket configurations including 
/pro msprtion style are available from Textool Products. Inc 
1410 W Pioneer Dr Irving TX 75061 ) 

The sockets you will receive have the same electrical char- 
acteristics as shown A-D above, but similar in appearance. 
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J16 Photometer/Radiometer 



Digital LED Readout 

Freedom from Saturation 
Effects over Entire Range 

Metric and US Versions Available 

Accurate Spectral and Cosine Corrections 

Internal Rechargeable Batteries 

Environmentalized 

Eight Silicon Sensor Probes Quickly 
Interchanged without Recalibration 



The TEKTRONIX J16 is a portable digital 
photometer/radiometer capable of making a wide 
variety of light measurements— in the laboratory 
or in the field. 

Eight quickly interchangeable probes are avail- 
able for measuring illuminance, irradiance, lumi- 
nance, light-emitting diode output, and relative 
intensity. Recalibration is not necessary when 
probes are interchanged Connection of a probe 
to the J 16 automatically selects the correct front 
panel units indicator. The 3 1 /2-digit LED display 
can be easily read under low ambient conditions. 
All probes use silicon photo-diodes and multi- 
element glass filters for maximum stability and 
accuracy The excellent stability eliminates the 
need for routine zero adjustments. 



Integrated circuits are used extensively in the J16 
to achieve stable operation, low power require- 
ments, small size, and light weight 

Under normal usage, internal rechargeable nickel 
cadmium batteries will only need recharging 
weekly A battery charger is supplied For con- 
tinuous operation, an ac power supply is available 
which replaces the battery pack. 

A shoulder strap provides carrying ease The 
cabinet and probes have a standard threaded 
socket (1/4 inch x 20) for convenient mounting on 
a tripod or optical bench. 



J16 CHARACTERISTICS 

Display — 3 1 /2-digit LEO readout and three LEDs automati- 
cally indicating correct units for probe in use. 

Stability — Within 2% per year 

Linearity — Within 2% over the entire range, enabling single 

point calibration 

Integration Time — =100 ms. 

Calibration — Electrical calibration of the J16 is performed by 
use of a calibrated voltage source or DVM traceable to NBS. 
Calibrated probes can be used with any J16 without additional 
calibration. 

Power Requirements — Internal rechargeable NiCd batteries 
only need recharging weekly in normal usage. Two hours of 
continuous operation is provided (A battery charger is sup- 
plied ) For continuous operation an ac power supply is avail- 
able This is interchangeable with the battery pack. 
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J6511 and J6501 
Illuminance Probes 

The J651 1 is an illuminance probe with readout in 
footcandles (lumens/m 2 (lux) for the J651 1 Option 
02). A multi-element glass filter and silicon photo- 
diode insure a close match to the CIE photopic 
curve (color corrected). The silicon-senor recov- 
ery time is virtually instantaneous; low light levels 
can be measured immediately after exposure to 
bright sunlight. 

The angular response is accurately cosine cor- 
rected, simulating an ideal 180° field-of-view de- 
tector The low-profile probe has a leveling indica- 
tor to assure accurate measurements where a 
significant proportion of the illumination comes 
from sources at low angles to the horizon. 

A 25-foot cable between the probe and J16 
allows the user to be out of the field of view while 
making measurements. Typical applications in- 
clude measurement of roadway illumination, of- 
fice lighting, and illumination of work surfaces 

Where cosine correction is not necessary, a 
standard probe is available (J6501) with the same 
photopic correction and units as the J6511. 




A low-profile version of the probe (J6512), 
physically similar (without cosine correction) to 
the J6511, is available for use where space is 
restricted. 

J6502 and J6512 
Irradiance Probes 

The J6502 measures irradiance in micro- 
watts/cm 2 (millwatts/m 2 for the J6502 Option 02). 
The spectral response is flat from 450 to 950 
nanometers, ±7%. The response is typically 
down 50% at 400 and 1030 nm Typical applica- 
tions include laser research experiments and 
measurements of radiant efficiency 



An optional filter holder is available to mount 
standard 1-inch diameter customer-supplied fil- 
ters of up to 3/8 inch thickness. Where high 
intensity sources are used (over 1990 
^Watts/cm 2 ), neutral density filters can be used 
to extend the range of the J16 (An ND 1 filter has 
10% transmission, an ND 2 filter has 1%, etc.) 
held with optional filter holders. 

Where the 1 sq cm sensor is not completely filled 
by the source for example with a laser beam, the 
reading obtained represents //Watt instead of 
^Watts/cm 2 (J6502), or milliwatts x 10 -4 instead 
of milliwatts/m 2 (J6502 Option 02). Small vari- 
ations in sensor area can add ±5% uncertainty 
to this measurement. 

J6503 8° Luminance Probe 

The J6503 measures luminance in footlamberts 
(candelas/m 2 (nit) for the J6503 Option 02) where 
light scattered or emitted by a surface must be 
measured The probe is pointed at the emitting 
surface. Typical applications include measuring 
brightness of television screens and street signs, 
and light reflected from work surfaces and movie 
screens. 

The probe s response is closely matched to the 
CIE photopic curve, assuring accurate results 
even when measuring spectrally different light 
sources. 

The acceptance angle is approximately 8°, which 
is determined by internal field stop apertures 
Providing that the 8° field is uniformly filled, the 
probe can be held at any distance from the 
source. At 12 inches from the front of the probe, 
the field of view is approximately three inches in 
diameter The footlambert or candelas/m 2 (nit) 
(J6503 opt 02) indicator automatically lights when 
the J6503 is connected. 




Luminance Measurement of a Monitor with J16/J6503 




Measuring Luminance with the TEKTRONIX J16/J6523. 



J6523 1 ° Luminance Probe 

The J6523 will measure the luminance in 
footlamberts (candelas/m 2 for the J6523 Opt 02) 
of a spot as small as 0.32 inches in diameter 
(0.035 inches with a standard +10 diopter, 55 
mm photographic close-up lens). The 1° angle re- 
presents 0.21 inches per foot of distance from the 
probe to the source. Thus at 10 feet, the J6523 
measures a 2 1 -inch diameter spot Typical appli- 
cations include measuring highway lighting, tele- 
vision displays and photographic equipment 

The probe includes an optical sighting system 
with a 9° viewing field The focusing range is 18 
inches to infinity, closer with commercially avail- 
able close-up lenses The spectral response is 
closely matched to the CIE photopic curve (color- 
corrected) for accurately measuring all commonly 
used light sources. 

The J6523 may be attached to the J16 or used 
with an optional probe extension cable A stan- 
dard 1/4-20 threaded socket allows it to be used 
on a tripod or an optical bench 



312 



TEK 



DIGITAL PHOTOMETER/ 
RADIOMETER 



PROBE CHARACTERISTICS 



Application 


Illuminance 


Irradiance 


Luminance 




Uncorrected 


Red 

LED 


Probe 




J6501 


J6511 


J6502/J6512 


J6503 


J6523 




J6504 


J6505 


Range 


US 


0.001 to 
1999 foot- 
candles'f 


0.001 to 
1999 foot- 
candles* 


0.001 to 1999 

microwatts/ 

cm 2 


0.1 to 

199,900 

foot- 

lamberts* 


0.1 to 
19,990 
foot- 

lamberts* 


Relative 
response only 


0.001 to 
1999 foot- 
candles*f 


Metric 

(Opt. 

02) 


0.01 to 
19,990 
lumens/m 2 

(lux)*t 


0.01 to 
19,990 
lumens/m 2 
(lux) 


0.01 to 19,990 

milliwatts/ 

m 2 * 


1 to 

1.999,000 
candelas/ 
m 2 (Nits)* 


1 to 199,900 
candelas/ 
m 2 (Nits)* 


Relative 
response only 


0.01 to 
19,990 
lumens/m 2 
(lux)*f 


Accuracy 

(Including 

J16) 


Within 5% of NBS 
standards and ±1 
digit in last place 
Calibrated with a 3100° 
K tungsten halogen light 
source traceable to NBS 


Same, except 
calibrated 
with a 762 nm 
filter 


Within 5% of NBS 
standards and ±1 digit 
in last place. Calibrated 
with a 3100° K tungsten 
halogen light source 
traceable to NBS. 


Probe-to- 
Probe 
accuracy 
±5% with 
tungsten 
light source 


Same as 
J6501 , ex- 
cept cali- 
brated with 
a 656 nm 
filter 


Spectral 

Response 


Within 2% (integrated) 
of CIE photopic curve 


Flat within 
±7% from 
450 to 
950 nm 


Within 2% (integrated) 
of CIE phototopic curve 


UV enhanced 
silicon 
spectral 
curve (250- 
1200 nm) 


Within 2% 
(integrated) 
of CIE 
photopic 
curve from 
600-710 nm 


Acceptance 

Angle 


50% sensi- 
tivity at 48° 
off axis 


Cosine 

Corrected 

(180°) 


50% 

sensitivity at 
48° off axis 


8 degrees 


1 degree 


50% sensitivity at 
48° off axis 


Stability and 
Repeatability 


Within 2% per year 





Linearity 



Within 2% over entire range enabling single point calibration 



J6504 Uncorrected Probe 

This probe is designed for applications where 
only relative measurements need be made The 
J6504 has the widest spectral range, and is the 
most sensitive probe Use is made of a UV- 
enhanced silicon sensor and a UV-transmitting 
window rather than spectral-correction filters. The 
J6504 is useful for checking light sources used in 
photo resist or photoprocessing applications and 
comparisons of ultraviolet light sources 

A HOLD switch allows the reading to bestored at 
any time No units are indicated on the three front 
panel indicators when using the J6504, since it 
provides relative readings only. 

An optional filter holder may be used to mount 
standard 1-mch diameter filters on standard-con- 
figuration probes Ultraviolet, visible, or near 
infrared filters can be used to select the 
wavelength of interest and exclude ambient light 

J6505 LED Test Probe 

The principal application of the J6505 is measure- 
ment of light-emitting diodes (LED) having spec- 
tral outputs in the red region (600 to 710 nm). The 
J6505 measures illuminance in footcandles 
(lumens/m 2 (lux) for the J6505 Option 02), which 
can easily be converted into luminous intensity in 
candelas 

An adapter supplied with the probe provides a 
controlled spacing between the sensor and the 
LED under test The adapter excludes ambient 
light, and has internal baffles to prevent stray 
reflections during the measurement. Three inserts 
are supplied with the adapter to fit common sizes 
of LED's (0 080 inch, 0 125 inch, and 0.200 inch in 
diameter) These inserts are made of soft plastic 
that can be easily modified by the user 

With the adapter in place, a reading of 1 footcan- 
dle on the J16 represents 100 milli-candelas of 
luminous intensity. With a metric version of the 
J16/J6505 (Opt 02), 1 lumen/m 2 represents 10 
millicandelas A 10X increase in sensitivity is 
available on special order 

In the J6505, the silicon photodiode-filter combi- 
nation provides an excellent match to the 
photopic curve in the region 600 to 710 nm This 
close match requires compromising in the 380 to 
600 nm region making this probe unsuitable for 
general illuminance measurements For LED mea- 
surements in the yellow or green region, the 
adapter must be used with the J6501 and the 
same conversion factor for luminous intensity 
applies 



*An additional decade of sensitivity is included and 
is usable if the J16 is carefully zeroed and used at a 
relatively stable temperature. 
t0. 00001 to 199.9 candelas when used with 014-0047- 
00 LED adapter or at 3.8 inches source-to-sensor 
spacing. Luminous intensity readings of higher in- 



tensity light sources may be easily made at corres- 
pondingly greater distances using the formula: Foot- 
candles x d 2 = candelas where d is the distance from 
the source to the sensor in feet. (For metric readings 
use lux x d 2 = candelas where d is distance from the 
source to the sensor in meters.) 
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TYPICAL PROBE SPECTRAL CHARACTERISTICS 
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ENVIRONMENTAL CAPABILITIES 
Ambient Temperature — Nonoperating. -50°C to +75°C; 
operating. 15°C to + 40°C. 

Altitude — Nonoperating, to 50.000 ft; operating, to 15.000 ft 
Humidity — Operating and storage. 5 cycles (120 hr) to 95% 
relative humidity at 40°C Referenced to MIL-E-16400F 
Vibration — Operating. 15 minutes along each of the 3 major 
axes at a total displacement of 0.025 in p-p (4 g s) from 10 to 
55 to 10 Hz in 1 minute cycles Hold for 3 minutes at 55 Hz. All 
major resonances must be above 55 Hz 



PHYSICAL CHARACTERISTICS 
With probe and battery pack installed. 



Dimensions 


in 


cm 


Height 


2.4 


6.0 


Width 


4.6 


12.3 


Length 


8.0 


20.3 


Weights (approx) 


lb 


kg 


Net 


3.3 


1.5 


Domestic Shipping 


5.0 


2.3 


Export-packed 


10.0 


4.5 



INCLUDED ACCESSORIES 

For Battery Operated J16 — Battery pack, battery charger, 
shoulder strap, manual 

For Ac Operated J16 — Ac power supply, shoulder strap, 
manual 



ORDERING INFORMATION 

Photometer/Radiometer without Probes 



J16 115 V. 60 Hz Battery Charger $1060 

J16 Opt. 01 230 V. 50 Hz Battery Charger No Charge 

J16 Opt. 03 115 V. 60 Hz No Charge 

J16 Opt 04 230 V. 50 Hz No Charge 



fFor a J16 with metric readout, specify Option 02 in addition to 
above ordering information. No additional charge. Option 02 
probes are required for Option 02 J16’s. 

J 16-TV Package — For TV color monitor set-up. The package 
includes J16 Battery-Operated Photometer. J6502 Irradiance 



Probe, Light Occluder. Probe Extension Cable. 

Order J 16-TV for 115 V. 60 Hz battery charger $1670 

•Refer to Readout Units of Probe Charcertistics chart. 

Order J 16-TV Option 01 

for 230 V. 50 Hz battery charger NC 



For a J 16-TV with metric readout, specify Option 02 in addition 
to above ordering information. No additional charge. 



PROBES 

Probe with Option 02 required for metric readout Option 02 
J16s. No additional charge. 

Actual spectral curve of any probe is available on initial order. 



at additional cost of Option 05 Add $90 

J6501 Illuminance Probe $520 

J6502 Irradiance Probe $520 

J6503 8° Luminance Probe $520 

J6504 Uncorrected Probe $490 

J6505 LED Probe, includes LED adapter $580 

J651 1 Illuminance Probe cosine corrected $540 

J6512 Irradiance Probe $545 

J6523 1° Luminance Probe $1500 



OPTIONAL ACCESSORIES 

42 in Probe Extender Cable — Connects J16 and probe 

Order 012-0414-02 $100 

Spare Battery Pack — 

Order 016-0539-01 $135 

Cables up to 30 ft in length Available on special order. 

Analog & BCD Output Available on special order. 

Light Occluder — For TV color monitor balancing 

Order 016-0305-00 $22 

Filter Holder — Mounts one-inch diameter filters, of up to 3/8 
inch thickness, to probes (except J651 1 . J6512. J6514, J6523). 

Order 016-0527-00 $22 

LED Adapter — Included with J6505— 

Order 014-0047-00 $80 

Ac Power Supply — Allows J16 to be used without batteries 

Order 119-0404-00 1 15 V, 60 Hz $200 

Order 1 19-0404-01 230 V, 50 Hz $215 

When ordering a battery pack for your ac-powered J16. also 
order one of the chargers below 
Battery Charger — 115 V. 60 Hz 

Order 119-0375-02 $45 

Battery Charger — 230 V. 60 Hz 

Order 119-0375-03 $50 

Within the basic limitations of the silicon sensors 
and the J16 design, a number of modifications 
are possible Contact your local Tektronix Sales 
Office or Representative regarding special appli- 
cation requirements 

Please use the return card to request data sheet and applica- 
tion notes describing the use of the J 16. 



*An additional decade of sensitivity is included and is usable if 
the J16 is carefully zeroed and used at a relative stable 
temperature 

f0 00001 to 199 9 candelas when used with 014-0047-00 LED 
adapter or at 3 8 in source-to-sensor spacing Luminous inten- 
sity readings of higher intensity light sources may be easily 
made at correspondingly greater distances using the formula: 
Footcandles x d 2 = candelas where d is the distance from the 
source to the sensor in feet (For metric readings use lux x 
d 2 candelas where d is distance from the source to the sensor 
in meters ) 
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For accessory products, you can order direct by calling 800-547-1845. In Alaska, Hawaii and Oregon call collect (503) 627-5402. 
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Choosing a 
Tektronix 
Camera . . . 

an overview of 
Tektronix Camera 
Families 

A camera can be a key part of your measurement 
system It allows you to capture single events and 
document your results, and it helps you communi- 
cate your results with clarity and credibility The 
following pages give information to help you 
select a camera well suited to your needs 

MOUNTING 

The table on page 319 indicates the camera 
adapters required for most Tektronix Instruments 
and a few by other manufacturers In some 
cases, adapters are available from Hewlett- 
Packard or Dumont to mount Tektronix Cameras 
to their instruments. 

LENSES 

Tektronix Camera lenses differ mainly in light 
gathering ability, magnification, and field of view 

Speed — The f-number of a lens inversely 
signifies its aperture area and light gathering 
ability For example the aperture area of an f/1 4 
lens is four times that of an f/2.8 lens of the same 
magnification and gathers four times the light 
The relative light gathering ability of all lenses 
used in Tektronix Cameras is referenced to the 
f/1 9, 0 85 magnification lens which is arbitrarily 
rated at 10 For recording a stored or stable 
recurrent CRT display, a lens as slow as the f/16 
type used in the C-5C Camera is adequate. 
However, to record a fast, dim, single-sweep 
trace, you may need a lens as fast as the f/1. 2 
types used in the C-31B and C-51 Cameras 

Field of View — The description for each 
camera includes a statement of its field of view; 
this signifies how large a CRT display the camera 
can fully record It is determined by the combined 
effects of the magnification and angular field of 
view of the lens, any field-limiting apertures in the 
camera adapter, camera body, film holder, and 
the image area of the film 

Magnification — Modern optical technology has 
made possible wide-aperture, wide-angle, flat- 
field lenses with short focal length for more 
compact cameras To realize their inherent low 
distortion, high resolution, and uniform focus, 
these fixed focal length lenses must be used at 
their design center magnification 



Operating such lenses at a different magnifica- 
tion tends to compromise their important perfor- 
mance characteristics. For this reason, most 
Tektronix Cameras are designed for use at one 
lens magnification One exception is the C-30B 
Camera which has a magnification range of 0 7 to 
15 (at some increase in distortion at the magnifi- 
cation extremes) to accommodate several porta- 
ble oscilloscopes that have displays ranging in 
size from 3.8 x 63 cm to 8 x 10 cm 

The rated magnification of a lens signifies its 
image-to-object ratio 

For maximum resolution, the lens should produce 
the largest complete image possible within the 
image area of the film The film most widely used 
for oscilloscope trace recording is Polaroid Type 
107 pack film which has an image area of 73 x 95 
mm. In most cases, the magnification is selected 
to provide the largest possible complete image of 
a particular display An exception is in high writing 
speed applications where a 0.5 magnification lens 
is usually used to achieve higher writing speed by 
concentrating the trace light in a smaller area of 
the film 

SHUTTERS 

There are two types of shutters mechanical and 
electrical 

Mechanical shutters are simple to operate and 
are economical. They are actuated by pressure 
on a release mechanism 

Electrical shutters permit remote, automatic, or 
manual release and offer higher reliability They 
may be actuated by an insulated switch closure 

The C-51 and C-53 electric shutters require -F 15 
V. normally supplied by a 7000 Series Oscillo- 
scope An optional battery pack is available for 
situations where one of these cameras is used on 
a non-7000 Series instrument These shutters can 
be actuated by a switch closure to ground The 
C-28 Camera requires -h 15 volts at 750 mA for 
operation The shutter may be actuated with 
either a switch closure or TTL logic 



VIEWING 

Except for the C-30 Series, all Tektronix Cameras 
have a viewing port which provides a binocular 
view of the CRT. All Tektronix Cameras, except 
the C-5C, are hinge mounted and can be swung 
aside to allow a wide-angle view of the CRT The i 
light-weight C-5C can easily be slipped off the 
CRT bezel to view the CRT The C-28 and C-50 
Series Cameras have an off-axis viewing hood 
that accommodates eyeglasses for a comfortable 
binocular view of the CRT display while excluding 
ambient light 

FILMS 

The three types of backs used on Tektronix Cam- 
eras accommodate most of the films that are 
used for CRT trace recording These include 
sheet films, roll films, and pack films 

Polaroid films are the most convenient to use 
They offer the advantages of development in sec- 
onds to a finished dry print with wide spectral 
response, good resolution, and high sensitivity 
ASA ratings do not necessarily give a true indica- 
tion of how a film will respond in CRT recording 
due to the narrow spectral output range of most 
phosphors and different spectral sensitivity of 
various film types 

Many different types of Polaroid film are available 
in rolls, packs, and 4x5 inch single-sheet pack- 
ets The types most used in oscilloscope and 
monitor photography are types 107, 612, 47, 57, 
084 and 667 

Technical assistance with Polaroid film and back 
questions or problems is available directly from 
The Polaroid Corporation Call (800) 225-1618 toll 
free within U S 

Manufacture of Polaroid 410 ROLL film, ASA 10,000. has been 
discontinued Polaroid 612 PACK film, ASA 20.000. is now > 
available for most high speed applications 

BLACK BODY COLOR STANDARD 

All Tektronix Cameras are supplied with a stan- 
dard black body finish. 



MAXIMUM MAGNIFICATION TO RECORD ENTIRE SCREEN 

SCREEN SIZE 





5 x 63 cm 


7.2 x 9 cm 


8 x 10 cm 


9 76 x 12.2 cm 


Polaroid pack 
and roll film 


1.0 


1.0 


0.85 


0.67 


4x5 
sheet film 


1.0 


1.0 


10 


0.85 or less 


6 x 7 cm format 
roll film (70 mm, 
120, 220, etc.) 


1.0 


0.67 


0.67 


not recommended 



0 5 magnification is used for high speed recording, since reducing the size of image increases its 
brightness 
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PHOTOGRAPHIC WRITING SPEED 

Photographic writing speed signifies the ability of 
a particular oscilloscope/camera system to pro- 
vide a useful photographic record of a fast single- 
sweep trace It is stated as an oscilloscope 
performance characteristic and is expressed in 
cro/ps or cm/ns. It is designed to answer the 
question, "What is the speed of the fastest single- 
sweep trace the system can record?" All state- 
ments of writing speed must specify the mea- 
surement conditions, including the CRT phosphor 
and film used, and the definition of a readable 
trace image 

Film fogging is a technique for increasing the 
maximum sensitivity of photographic film by giv- 
ing it a short exposure to dim, diffuse light The 
Tektronix Writing Speed Enhancer is designed to 
fill this need 

The Enhancer installs in minutes, and can be 
triggered in three ways; by a pushbutton on the 
control box; remotely, with a switch closure to 
ground (such as provided by the camera-shutter 
x sync switch); or by the oscilloscope-sweep + 
gate 

Thus, the film can be fogged before, after, or 
while the sweep occurs. The techniques are 
respectively called prefogging, post-fogging, and 
simultaneous fogging Of these modes, simulta- 
neous fogging provides the greatest gain in 
writing speed Automatic, simultaneous fogging is 
easily achieved by triggering the Enhancer with 
the oscilloscope-sweep -|- gate. 




Polaroid Type 107, 3000 speed pack film was exposed to the 
single-trace display of a pulse waveform with a fast nsrng 
leading edge too dim to produce a developable image 




Film from the same pack was exposed to the same single- trace 
waveform and simultaneously to light from a Wngitng Speed 
Enhancer The Enhancer light supplied the additional photons 
needed at the weak film development centers formed by the dim 



leading edge, to produce a visible image of the entire waveform 

POLAROID FILM RELATIVE FILM WRITING SPEED 



ASA 

Equivalent 

Speed 


Type 


Unfogged 


Fogged 




667 






3.000 


107 


i 






084 

47 


(Reference) 


3 


20.000 


612" 


>2 


• 



•Not available at this time 

** Polaroid 612 PACK film ASA 20.000 is now available with faster writing rate than previous 410 ROLL film Writing rate specifications are 
not complete at this time 



The more commonly used films for each type of camera back are listed below. 

POLAROID FILMS 







Development 








CRT Recording Uses 


Film 


ASA 

Equivalent 

Speed 


Time 
(Seconds 
at 75“F) 


Format 


Resolution 
(Line Pairs/mm) 


Characteristics 


Repetitive 


Stored 


TV Type 
(Gray 
Scale) 


Scintilla- 
tion Type 
Medical 


Graphics 

Alpha- 

Numeric 


Single 

Sweep 




*No coating required 
“Preferred for oscilloscope photography 
"Daylight rating 



A limited quantity of ROLL film camera backs is available for 
customers who wish to use roll films listed above. Contact your 
Tektronix Representative for information. 
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RECOMMENDED CAMERAS 

(Where two or more cameras are recommended, compare features and specs to optimize for your application.) 



Oscilloscope or Display Device 


Single Shot 
or 

Low Rep Rate 


Stored, Stable 
or 

Repretitive 


Low 

Cost 


453, 453A, 454, 454A, 485 


C-31 B 


C-30B 




455, 465, 465B, 468. 475, 475A 


C-31B 


C-30B 


C-5C Opt 02 


7104, 7313, 7503, 7504, 7514, 7613, 7623A, 
7633, 7704A, 7904, R7903, 7834, 7844, 7854, 
528 4 , 544 4 , T922R 4 , 602 4 , 606 4 , 606A 4 , 

606B 4 , 607 4 , 607 A 4 , 492 


C-51 


C-53 4 

C-30B 


C-5C Opt 01 


577, 601, 603, 603A, 604, 604A, 605, 608, 
624, 634, 1420 Series, 5100 Series, 
5403/D40, 5403/D41 , 5440, 5444, 

7403N, 7603, 7603N11S, 

Telequipment D83 




C-28* 

C-59A 

C-30B 


C-5C 


601, 602, 603, 603 A, 604, 604A, 605, 606, 
606 A, 607, 607A, 608, 624, 634 




C-28* 

C-59A 


C-5C Opt 01 


432, 434, 464, 466 




C-30B 


C-5C Opt 02 


T900, except T922R 






C-5C Opt 03 


2200 Series 






C-5C Opt 04 


2300 Series Field Service Oscilloscopes 






C-5C- 


308 Data Analyzer Field Service Instrument 






C-5C- 


305, 314, 326, 335, 422, 491, 1502, 1503, 
SC 502, SC 503, SC 504 


C-31 B 


C-30B 




503, 504, 530/540/550 Series, 575, 647, 647A 




C-53 4 




520A, 521 A, 522A, 576, 5030, 5031, 1480 Series 




C-59A 




600, 5100, 5400, 7000 Series 






C-5C Opt 01 


502A, 529, 565 




C-59A 

C-30B 




HP 5 in Round CRT 4 




C-53 4 




HP 8 x 10 cm rectangular CRT; except 1740A and 
1741 A 




C-53 

C-30B 




HP 1700 Series 




C-30B 




Philips 8 x 10 cm portables 




C-53 4 


C-5C Opt or* 


HP 1332A 4 , HP 1333 A 4 , HP 1335A 4 




C-59A 

C-30B 


C-5C 



*Note: The C-28 Camera is intended for, and particularly suited to, 600 Series OEM measurement applications. 
Contact your Tektronix Representative for information. 



“Note: The C-5C can be hand held to obtain photo, but will not provide lab quality results. 

'Graticule is not illuminated and will not photograph. 

2 Graticule is not illuminated and will not photograph except when CRT is in the stored mode 

3 A corrector lens is required to increase camera s field of view so that the full 8 x 10 cm CRT display area can be recorded The Camera should be changed from standard to option 01 . to do this order 
016-0301-01 for the standard C-30 or 016-0269-04 for the standard C-31. These adapters include the adapter and corrector lens. 

4 C-51 and C-53 cameras require Battery Pack 016-0270-02 for power when not used with 7000 Series Oscilloscopes. 

•Available from Hewlett-Packard. See HP catalogue for additional compatability information and prices. 

•Only the C-5C and C-59A Cameras can entirely record the 6 1/2 inch CRT display without cropping. 

7 The C-59A is suitable for the standard model Type 603 but It cannot photograph the non-illuminated graticule of the Option 01 Model 
•The C-59A also mounts directly onto the Type 604 but it cannot photograph the non-illuminated graticule of the standard model. 

•Does not mount on scope, must be hand held. 

,0 Requires 016-0288-01 adapter and corrector lens. 

Adapter part numbers for cameras are available upon request. Contact your local sales office for more information. 



CAMERA ADAPTER PART NUMBERS & PRICES 







016-0263-00 


$70 


016-0217-00 


70 


016-0269-04** 


85 


016-0223-01 


50 


016-0295-01 


55 


016-0224-01 


55 


016-0299-00 


70 


016-0225-04 


55 


016-0301-01 — 


105 


016-0226-01 


70 


01 6-0306-01 1 


80 


016-0228-01 


85 


016-0327-01 


165 


016-0243-00 


70 


016-0342-00 


225 


016-0244-00 


70 


01 6-0357-01 tt 


17 


016-0248-01 


80 


01 6-0358-01 ttt 


17 


016-0249-04* 


80 


01 6-0359-01 tttt 


17 



•(Included with C-50 Series Cameras) 

“(Adapter with lens included with C-31B Opt 01 Cameras) 
“•(Adapter with lenses included with C-30B Opt 01 Cameras) 
t(lncluded with C-30B. C-31B Cameras) 
tt(lncluded with C-5C and C-5C 
Opt 01 Cameras) 
ttt( Included with C-5C Opt 03 
Cameras) 

fttt(lncluded with C-5C Opt 02/ 
and Opt 04 Cameras) 



C 1 2-C 1 9-C 1 3-C27- Pack Film Back 
These cameras are no longer produced by Tektronix. However 
due to customer need for a Pack Film Back these are now 
available The Pack Film Back accepts to Poloroid Pack Film. 



122 - 0671-01 $210 

Adapters 

Cl 2 to 7000 Series 016-0299-00 $70 

Cl 2 to 530. 540, 550 Series 016-0226-01 $70 

Cl 2 to 560 Series rectangular CRTs 016-0217-00 $70 



see page 322 
for extra 
viewing doors 
and flash units 
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CAMERA ADAPTER SELECTION GUIDE 



ADAPTER PART NUMBER 



OSCILLOSCOPE OR DISPLAY DEVICE 


C-5C 


C-50 Series 
and C-28 


C-30 Series 


528 4 , 577,2 601 4 , 602 4 , 603, «* 7 604,6.8, 604A8.8, 60 54, 606 4 , 606A 4 
607 A 4 , 608 6 , 6246, 634 6, U20 Series 4 , 5100 Series, 16 5403/D40, 6 ,. 4 
5403/D41 4 , 54 40 4 ’ 6 5441 4 - 6 5444 4 .® 7104, 731 3, 2 7403N, 6 7503, 7504, 

7514, 7603.6 7603N1 IS, 7613, 7623A, 7633. 7704A, R7903, 7904, 7854 
7834, 7844, T922R 4 , HP1332A 4 , HP1333A 4 , HP1335A 4 , TELEQUIPMENT 
D83 6 , 492 


016-0357-01 


016-0249-04 


016-0248-01 


432, 1 434,2 455, 464, 465B, 466, 468, 475, 475A 


016-0359-01 




016-0269-03 3 


T900 Series except T922R 


016-0358-01 






2200 Series 


016-0359-01 






308, 9 2300 Series 9 


016-0357-01 






422, 453. 453A, 454, 454A, 485, 491 






016-0306-01 


305, 314, 326, 335, 1502, 1 SC 502, 1 SC 503, 2 SC 504 






016-0327-01 


647, 647A 




016-0223-01 




529, 561 A, 561 B, 564A, 564B, 568 




016-0224-01 


016-0244-00 


502A, 503. 504, 530 540/550 Series, 565, 575 




016-0225-04 


016-0243-00 


520A, 521 A, 522A 




016-0295-01 




1 480 Series 




016-0342-00 




576, 5030, 5031 




016-0288-01 




HP 1700 Series except 1740A, 1741 A, 1743A 






HP 10106-A 5 


HP 8 x 10 cm Rectangular CRT 1 except 1740A, 1743A 






HP 1 0363-A 5 
016-0306-01 


HP 1740A, 1741 A, 1743A (8x10 cm) 






HP 10377-A 5 


Philips 8 x 1 0 cm Portables 9 


016-0357-01 






HP 5 in Round CRT 1 




016-0228-01 






TCriZ HIGH WRITING SPEED CAMERAS 
I Cr\ GENERAL PURPOSE CAMERAS 





The top of the line — C-50 Series. 

The three C-50 Series Cameras are designed for 
use with all TEKTRONIX 7000 Series 
Oscilloscopes, and can be adapted to fit most 
5000 Series Oscilloscopes and 600 Series Display 
Components Full selection of film backs, and 
adjustable film and shutter speeds give you the 
flexibility you need to best record your measure- 
ments The photometer exposure aid, similar to 
light meters used in conventional photography, 
provides an easy way to approximate the correct 
exposure for repetitive or stored traces X sync 
connectors allow the camera shutter to trigger 
the event And each camera's built-in viewing 
tunnel lets you see what's on the display even 
when the camera is in place. 

All the C-50 Series Cameras can be ordered with 
Polaroid pack, or the C-51 and C-59A can be 
ordered with a Graflok-type 4x5 inch back Both 
backs can easily be removed and interchanged 
without fogging the film 

C-50 Series Cameras have black body finish. 



C-51 



Fastest Writing Speed 
Electronic-Actuated Shutter 



Photometer Exposure Aid 
Range-Finder Focusing 
Automatic Single-Sweep Control 



This camera offers the fastest writing speed of 
any Tektronix oscilloscope camera. The f/1.2 lens 
shoots images at 0.5 magnification, clearly cap- 
turing fast transients or single sweeps, although 
at some expense to image size The C-51s 
electric shutter can operate at speeds ranging 
from 1/60 to 4 seconds, and offers time, and 
single sweep modes by manual or remote control. 
The single sweep mode, available only on the C- 
51 and C-53 cameras, automatically opens and 
closes the shutter as the trace sweeps the 
screen This can be especially beneficial for 
single-shot measurements which cannot be 
repeated 



C-53 



General Purpose Medium Speed 
Electronic-Controlled Shutter 



Photometer Exposure Aid 
Range-Finder Focusing 
Automatic Single-Sweep Control 



The C-53, like the C-51, provides an 8 x 10 cm 
field of view when used with Polaroid pack or roll 
film Its f/1.9 lens and 0 85 magnification, howev- 
er, offer somewhat slower writing speed. This 
camera’s electric shutter also offers speeds rang- 
ing from 1/60 to 4 seconds, and can be operated 
manually or remotely in time, or single sweep 
mode Range-finder focusing, a feature the C-53 
shares with the C-51 and the C-59A, results in 
sharp, focused pictures every time 



320 





TEK 



HIGH WRITING SPEED CAMERAS 
GENERAL PURPOSE CAMERAS 




For Larger CRT’S 



If you need a camera with an expanded field of 
view, the C-59A may be the answer. This camera 
is designed for CRTs up to 6 1/2 inches, and has 
a 10.2 x 12.7 cm field of view with Polaroid pack 
film It is the only camera for the 576 Curve 
Tracer, and the only C-50 Series Camera for the 
7603 Oscilloscope. The f/2 8 lens means slow 
writing speed, but it also means economy The C* 
59As mechanical shutter, operating between 
1/50 and 1 second, also contributes to it slow 
cost Still, many of the features of the higher- 
priced C-50 Series Cameras are standard on the 
C-59A photo meter exposure aid, range-finder 
focusing, bulb and time operating modes, X sync 
contacts, and film back interchangeability. An 
optional Adapter Frame/Corrector Lens expands 
the field of view to fully cover the 6 1/2 inch CRT 
and adjacent scale readout characters of the 576 
Curve Tracer and 5030 Series Oscilloscopes The 
Corrector Lens reduces the effective magnifica- 
tion of the C-59A from 0 67 to 0 5 so it can record 
the entire display on Polaroid 3 1/4 x 4 1/4 inch 
film. 



Dimensions 



Height 



292 



29.2 



292 



11.5 



19.1 



19 1 



193 



Length 



27.3 



10.8 



Weight 
( = ) 



Net 

Shipping 



9.5 

15.0 



7.5 

120 



Low-Cost 



Photometer Exposure Aid 



Range-Finder Focusing 



Internal Battery Power 



Although the camera s photographic field is expanded to in- 
clude the entire display, the view through the viewing tunnel is 
not. However, all but the upper one-fourth of the display can be 
viewed via the viewing tunnel and the camera can be swung 
aside to allow a full view of the entire display. 

For C-59 Camera, Order 016-0288-01 $120 



PHYSICAL CHARACTERISTICS 
WITH FILM BACK ORDINARILY USED 
C-51P C-53P C-59AP 



C-59A 



ADAPTER FRAME/CORRECTOR LENS 
C-59 CAMERAS 

Expands the field of view of the C-59A to fully cover the 6 1/2- 
m CRT and adjacent scale-readout characters of the 576 Curve 
Tracer and 5030 Series scopes The Corrector Lens reduces 
the effective magnification of the C-59A to 0.5 so it can record 
the entire display on Polaroid 3 1/4 x 4 1/4 in film. 



Included Accessories — Focus Plate for Polaroid pack film 
(387-0893-02). or focusing screen integral with Graflok type 
back mounting adapter for all 7000, 5000. and small 600 Se- 
nes (016-0249-04) 



SUMMARY COMPARISON OF MAJOR CHARACTERISTICS 



CAMERA 


C-51 


C-53 


C-59A 


FEATURES 


Fastest writing speed (at 
expense of image size) 


General purpose for 7000 
Series with 8 x 10-cm CRTs** 
Medium writing speed 


General purpose low price. 
For CRTs up to 6 1/2 in, 
Slow writing speed 


LENS SPEED 


f/1.2 


f/1.9 


f/2 8 


MAGNIFICATION 


0.5 


0.85 


0.67 


RELATIVE LIGHT 
GATHERING ABILITY 


3.0 


1.0 


0.65 


FIELD OF VIEW 


8 x 1 0 cm with Polaroid 
pack film 


8 x 1 0 cm with Polaroid 
pack film 


10.2 x 12.7 cm with Polaroid 
pack film 


SHUTTER 


Electrically actuated. 4 to 1/60 s, plus Bulb 
and Time. Provides x sync. 


Mechanically actuated 1 to 
1/125 s. bulb and time 
Provides x sync 



“The C-53 lens records the largest practical image of an 8 x 10-cm CRT display on Polaroid pack film. 



ORDERING INFORMATION 
”P” Models accept Polaroid pack film. 

”G” Models have Graflok type backs that 
accept 4 x 5 in sheet film holders or roll film 



holders. 

C-51 

C-51G Camera $1935 

C-51P Camera $1935 

C-53 

C-53G Camera $1590 

C-53P Camera $1590 

C-59A 

C-59AG Camera $1165 

C-59AP Camera $1165 



OPTIONAL CAMERA ACCESSORIES 
Mounting Adapters — see table on page 319. 

Battery Pack — Provides an auxiliary + 15 V power source 
for the C-50, C-51, C-52, and C-53 with oscilloscopes that 
don t provide camera power A three-position mode switch on 
the battery pack also allows the camera to be powered from a 
7000 Series Oscilloscope or an external + 15 V source. Net 
weight of pack, including batteries, is 1.2 lb. Batteries are not 
included. 

Order 016-0270-02 $275 

Writing Speed Enhancer — Provides automatic controlled 
film fogging to increase writing speed by about 3 times for 3000 
ASA film and about 2 times for 10,000 ASA film. Installs in 
minutes. 

Writing Speed Enhancer for C-51 Camera. 

Order 016-0279-01 $260 

Writing Speed Enhancer for C-53 Camera. 

Order 016-0300-01 $290 

Writing Speed Enhancer for C-59A Camera 

Order 016-0290-01 $290 

Polaroid Pack Film Back — Accepts Polaroid pack film. In- 
cluded with "P" models 

Order 122-0928-01 $160 

Graflok Type Film Back, 4 x 5 in — Accepts Polaroid 4 x 5 in 
film holder, standard cut-film holders, film-pack adapters, roll- 
film holders (except heavy motorized models). Included with 
'G' models 

Order 122-0931-01 $215 

Carrying Case — Holds a complete C-50 Series Camera with 
extra film-backs and accessories. 

Order 016-0177-00 $260 

ACCESSORIES FOR GRAFLOK TYPE BACKS 
(For C-51 snd C-59A) 

Here are a few of the film holders available for use with the 
Graflok Backs to allow use of roll film, and Polaroid 4 x 5 in 
film Order these accessories from the manufacturer or from 
your local camera store 

RH/10 120 Roll-Film Holder — 10 exposures 2 1/4x23/4 in 
for 4 x 5 in Graflok Backs (122-0736-01) 

RH/50 70 mm Holder — 50 exposure. 2 1/4x23/4 in, for 4 x 5 
in Graflok Backs only (122-0967-00) 

Polaroid Land #545 4 x 5 Film Holder — For Polaroid 4 x 5 in 
Single Exposure Film Packets (016-0201-01) 

Roll film holders are also manufactured by several other 
companies. 
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TCU' LOW COST CAMERA 
I Llr\ OEM CAMERA 




C-5C 




Easy to Use 


Modular Versatility 


Low Cost 


Electric Shutter 


Graticule Illumination 


Improved Lens 



The C-5C is a low-cost general-purpose camera 
with Polaroid Pack-film back and a graticule 
illuminator It is lightweight, modular, and may be 
assembled with one of three interchangeable 
adapter hoods that fit most Tektronix 
Oscilloscopes and small monitors. 

All three adapter hoods have an opening in the 
top for a lift-up viewing door or a Xenon flash unit 
for illuminating the CRT graticule The flash unit 
has a flipdown viewing door 

Lens — Three element lens with improved focus 
uniformity user changeable 0 67 or 0.85 magnifi- 
cation The fixed f/16 aperture provides a wide 
depth of field and eliminates need for adjustable 
focus 

The f/16 lens has a relatively low light-gathering 
ability of 002 and is not recommended for 
photographing single-sweep waveforms 

Shutter — Electric with timed speeds from 0 1 to 
5 seconds plus open shutter mode 

Graticule Illumination — Variable intensity Xe- 
non flash, triggered by shutter opening, evenly 
illuminates the CRT screen to back light non- 
illummated graticules 




Recommended Film — Type 107, 3000 speed 
pack film, type 612, 20,000 speed pack film. 

Field of view — Changeable 0 67 mag— 9 8 x 
12.2 cm, or 0 85 mag— 8 x 10 cm. 

Power Source — (4) AA batteries, not included 
(Use Alkiline batteries.) 

Body Color — Black 

Special pricing, terms and conditions are available to OEMS 
Contact your local Tektronix representative for complete 
information 

ACCESSORIES 

Adapter Hoods — (requires assembly with door or flash listed 
below) 

Included with the C-5C and C5C Option 01 Cameras. 

016 0357-01 $17 

Included with the C-5C Option 02 and 04 Camera. 

016-0359-01 $17 

Included with the C-5C Option 03 Camera 

016-0358-01 .. $17 

Viewing Door — Fits all three adapter hoods. Mounting 
screws included Included with C-5C Opt 01 and Opt 02. 

016-0630-00 $6.00 

Flash Unit — Fits all three adapter hoods Mounting screws 
included Included with C-5C and C-5C Opt 03 and 04 

016-0642-00 $135 

PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


14 


5.5 


Width 


168 


66 


Length 


257 


10.1 


Weights 


kfl 


lb 


Weight 


1 4 


3 


Net Shipping 


19 


4.1 



Order 

C-5C 


For Use With 

577, 600 Series with umlluminated 
graticule 1420 Series. 5100 Series 


Adapter Hood (Included) 
Part Number 

016-0357-01 


Flash Unit 
Included 

Yes 


Price 

$500 


C-5C Opt 01 


528. 600 Series w/o graticule, 
or with illuminated graticule. 
5400 Series. 7000 Series. 
T922R. TELEQUIPMENT D83 


016-0357-01 


No 


Sub $20 


C-5C Opt 02 


432. 434. 455. 464. 465B. 465M. 466. 
475. 475A 


016-0359-01 


No 


Sub $20 


C-5C Opt 03 


T900 Series except T922R 


016-0358-01 


Yes 


NC 


C-5C Opt 04 


2200 Series 


016-0359-01 


Yes 


NC 



C-28 



Trapezoidal Distortion 
Eliminated 



Easy Operation 



UL 544 Component 
Recognition 



The C-28 is a high-quality recording camera for 
systems displaying X-Y, Y-T or gray scale images 
It is highly recommended for those using 
TEKTRONIX 600 Series Display Monitors. It fea- 
tures an f/2.8 lens with user-changeable 0.67 and 
0 85 magnification ratios to record images from 8 
x 10 or 10 x 12 cm CRT’s. Other magnification 
ratios are also available as options 

The C-28 shutter is electronically controlled to 
provide reliable, repeatable operation and to al- 
low remote control by the user’s system. Either a 
TTL low logic level or a switch closure will actuate 
the shutter The C-28 has a highly rigid camera 
body, allowing the use of heavier accessories 
such as 70 and 90 mm motorized roll film backs 
without "keystone" distortion or defocusmg. The 
Polaroid 3 1/4" x 4 1/4" film back is easily re- 
moved, leaving a Graflok-type interface for 
Graflok-compatible accessories The film back 
can be rotated to allow prints to be pulled to the 
left, to the right, or down- ward Optional range- 
finder focus lights allow quick focusing without 
removing the film The C-28 uses the same 
mounting adapters as C-27 and C-50 Series The 
customer must provide a separate 15 V dc 750 
mA power supply. A connector and an 18 inch 
power-cable assembly is included 
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TEK 



COMPACT 

HIGH PERFORMANCE CAMERAS 




CHARACTERISTICS 

Shutter Speeds — 1/50. 1/25, 1/10. 1/5. 1/2. 1 sec. and 2 secs 
within 20% B (bulb) and shutter OPEN position are also 
provided 

Len Speed — f 2.8 to f 16. 

Magnification Ratio — 0.67:1 and 0.85 1 (interchangeable). 
UL 544 Component Recognition — For use in UL approved 
medical/dental equipment. 

Dimensions 

Height — Without viewing tunnel hood, 20.5 cm (8.06 in). 
Width — 18.5 cm (7.25 in). 

Length — 24 6 cm (9.7 in) max with Polaroid pack film lower, 
mounting adapter, and focus set at max extension. 

Body Color — Black 

Environmental 

Temperature Range — For specified performance: 

0° -50°C. 

Altitude — 4500 m (15.000 ft) operating 15.000 m (50.000 ft) 
nonoperating 

Weight — 3.8 kg (8.5 lb) with film pack and adapter 
Standard Accessories — Shown with viewing tunnel 
removed. 

6 pm connector and 18 in power and control cable assembly 
131-1794-00. Polaroid pack film holder 352-0505-01, viewing 
tunnel and hood 122-0719-01 



ORDERING INFORMATION 



C-28 Camera $1565 

Option 01 with Focus Lights Add $55 

Option 02 with Graflok Focus Screen and 

Hood, 122-0510-00 and 122-0944-00 Add $110 

Option 03 without Polaroid Film Back 

352-0505-01 .. Sub $50 

Option 04 0.8 Magnification Only Add $45 

Option 05 0.9 Magnification Only Add $45 

Option 06 Unity Magnification Only Add $45 

Option 08 with 016-0249-04 Adapter for 600, 

7000, and 5000 Series Add $65 



OEMs. Contact your local Tektronix representative for com- 
plete information. 



C-30B/C-31B 



Adaptable to Many Instrument Types 



The C-30B and C-31B Cameras are primarily de- 
signed for use with the 400 Series Portable 
Oscilloscopes, but are also adaptable to 8 x 10 
cm CRT or smaller 7000, 5000, and 600 Series 
instruments, and to some others. See chart on 
page 319 The C-30B has variable magnification, 
permitting it to make use of the entire photo 
frame even with different CRT sizes. The C-31B is 
designed for maximum writing speed (at the ex- 
pense of image size). 

Option 01 is designed to fit the 8 x 10 cm display 
of the 455, 464, 465. 465B. 466, 475 and 475A. 
The standard C-30B or C-31B fits the 485. 

Relative 

Light 

Lens Magnifi- Gathering Field of 



Camera 


Speed 


cation 


Ability 


View 


C-30B 


f/1 .9 


0.7 to 1.5 


1.0 


8 x 10 cm 


C-31 B 


f/1. 3 


0.5 


2.7 


8 x 9 cm 



Shutter — Mechanically actuated, with speeds 
from 1 to 1/125 s plus bulb and time. Provides x 
sync switch closure for arming oscilloscope single 
sweep or initiating the event of interest. 

Recommend For — 485 See page 319 for com- 
patibility with other instruments. Also see Option 
01 

Included Accessories — Split-image focusing plate for Polar- 
oid pack back (387-0893-02), mounting adapter for 485 size 
bezel (016-0306-01). 



PHYSICAL CHARACTERISTICS 



Dimensions 


cm 


in 


Height 


13.6 


5.4 


Width 


19.1 


7.5 


Lenqth 


24.9 


98 


Weight 


kg 


lb 


Net 


22 


4 8 


Shipping 


4.1 


90 



ORDERING INFORMATION 
Both Models include Polaroid pack films 



back. 

C-30BP CAMERA $1245 

C-31BP CAMERA $1430 



OPTIONS 

C-30B Option 01 Expanded Field of View — f/1 .9. 0.8 magni- 
fication lens covers 8 x 10 cm CRT screen without vignetting 
Relative light-gathering ability is 0.9. Includes 016-0269-03 
adapter for 465 size CRT bezel and corrector lens and holder 
Recommended for— 455. 464. 465. 465B. 466. 475. 475A. 

Specify Option 01 Add $40 

C-3 IB Option 01, Expanded Field of View — f/1. 2. 0.5 mag- 
nification lens with relative light gathering ability of 2.9 covers 
CRT screens up to 8 x 10 cm. Includes 016-0269-03 adapter 
for 465 size CRT bezel and corrector lens and holder Recom- 
mended for— 455. 464, 465. 465B. 466. 475. 475A 

Specify Option 01 Add $40 

CONVERTING OPTION 01 MODEL TO STANDARD MODEL 
The Option 01 versions of the C-30B and C-31B Cameras can 
be converted to standard models by simply slipping off the Cor- 
rector Lens, removing the Adapter Frame, and adding an 016- 
0306-01 Adapter Please refer to page 319 for prices and 
compatibility 

CONVERTING STANDARD MODEL TO OPTION 01 MODEL 

A standard-model C-30B or C-31 B can be converted to an Op- 
tion 01 model by means of the appropnate Adapter Frame/Cor- 
rector Lens. 016-0301-01 for C-30B. 016-0269-04 for the C- 
31 B Please refer to page 319 for prices and compatibility. 

OPTIONAL ACCESSORIES 
Mounting Adapters — See page 319. 

Writing Speed Enhancer — Increases effective film speed 
about 3 times for 3000 speed film. Installs in minutes. 

Order 016-0284-01 $260 

Polaroid Pack Film Back — Accepts Polaroid pack film. In- 
cluded with *P" models. 

Order 122-0752-01 .. $180 

Graflok Type 4 x 5 in Back — Accepts Polaroid Land 4 x 5 in 
film holders, standard cut film holders, filmpack adapters, roll 
film holders (except heavy motorized roll film holders). 

Order 016-0487-00 $230 

Carrying Case — Molded high-impact plastic case with poly- 
urethane foam liners to protect your camera in transit. 18.5 x 
14 5x8 in. 

Order 016-0587-00 $105 

X Sync Cable — 

Order 012-0364-01 $20 

C-30A Portra Lens — A slip-on auxiliary lens which extends 
the focus distance of the camera so it can be used for off- 
scope photography of scenes such as test set-ups. At a dis- 
tance of 21 in the camera covers 19 x 21 in Usable with either 
the C-30B or C-30B Option 01 . 

Order 016-0246-02 $30 
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TCI/' RECOMMENDED 
I \Zr\ PROBES 



Where higher frequencies (above 250 MHz) are 
encountered, active FET probes which have high 
input resistance and low input capacitance 
through their dynamic range should be used. For 
50 12 systems, see adjacent selection chart of 50 
12 divider probes 



For rise time measurements, the interaction of the 
probe capacitance with the source impedance is 
of importance (RC time constant). For best re- 
sults, the capacitance should be kept minimal 
Typical probe specifications represent their re- 
sponse to a 25 12 source environment 



FET PROBES 



Type 


Attn 


Length* 


Package Number 


Loading 


Rise time 
in ns 


1 


NPUT LIMI1 


rs 


Read- 

Out 


Page 


Max 

dc + 
pk ac 


Linear 

Dynamic 

Range 


Dc 

Offset 

Range 


P6046 
Diff Amp 


IX 

10X 


6.0 


010-0232-00 Std 


1 Mit 
10Mi> 


10 pF 
3 pF 


3.5 


±25 V 
±250 V 


±5 V 
±50 V 




NO 


328 


P6201 

FET 


IX 

10X 

100X 


6.0 


010-6201-01 Std 


100 kit 
1 Mit 
1 Mit 


3 pF 
1.5 pF 
1.5 pF 


04 


±100 V 
±200 V 
±200 V 


±0.6 V 
±6 V 
±60 V 


±5.6 V 
±56 V 
±200 V 


YES 


327 


P6202A 

FET 


10X 

100X 


2m 


010-6202-03 Std 
W/0 10-0384-00 Atn 


10 Mit 
10 Mit 


2 pF 
2 pF 


0.7 

0.7 


±200 V 
±200 V 


±6 V 
±60 V 


±55 V 
±200 V 


YES 

NO 


327 



50 12 DIVIDER PROBES — For use with 50 fl input amplifiers 



Type 


Attn 


Length* 


Package Number 


Loading 


Rise Time 
in ns 


INPUT LIMITS 


Read- 

Out 


Page 


Max 

dc + 

pk ac 


Linear 

Dynamic 

Range 


P6056 


10X 


60 

9.0 


010-6056-03 Std 
010-6056-05 


500 it 


1 pF 


0.1 


±16 V 


±16 V 


YES 


328 


P6057 


100X 


6.0 

9.0 


010-6057-03 Std 
010-6057-05 


5 kit 


1 PF 


0.25 


±50 V 


±50 V 


YES 


328 



* Length in feet except where specified 



For measuring currents from dc to 1000 A, see 
the adjacent selection chart for current probes. 

Current probes can be used where low loading of 
the circuit is necessary. Loading is typically in the 
milliohm to low ohm range. Current probes can be 
used for differential measurements, where the 
probe measures the results of two opposing 
currents in two conductors in the jaw of the 
probe 

A current waveform may be very different from a 
voltage waveform in a current-dependent circuit 
Measuring only the voltage will not show this 
difference. To obtain the total picture, a measure- 
ment of the current waveform is necessary 



CURRENT PROBES 









Current/Div 
























Scope at 


SATURATION 




MAXIMUM CURRENT 








Band- 








Pulse 


dc + pk 


ac 






Peak 






width 






Dc 


Amp-S 


ac 


P-P 


Derate 


Pulse 




Type 


Hz to MHz 


10 mV/div 


mA mV 


Amps 


Product 


Amp 


Amp 


Below 


Above 


Amp 


Page 


A6302/ 
AM 503 


dc 


50 


1 mA to 5A 




20 


lOOxlO- 6 


20 


40 




1 MHz 


50 




A6302/ 


0.5 


20 


20 mA to 5 kA* 






0.1 




40 k 


20 Hz 


1.2 kHz 


50 k 


277 


AM 503 
with CT-5 
























329 


A6303 
























277. 


AM 503 


dc 


15 


1 0 mA to 50 A 




100 


10.000x10 -6 


100 


200 




20 kHz 


500 


239 


P6021 

Passive 

Term 


120 


60 




2 or 10 


0.5 


0.5x1 0- 3 




15 


300 Hz 


5 MHz 


250 


330 


134 


12 


38 


1 mA to 1A** 




0.5 


0.5x1 0- 3 




15 


230 Hz 


5 MHz 


15 




CT/5 

Passive 

Term 


120 


20 




40 or 10 kA 


20 


0.5 




2000 


300 Hz 


1.2 kHz 


50 k 


331 


CT-5/ 


























134 


12 


20 


20 mA to 1 kA** 




20 


0.5 




2000 


230 Hz 


1.2 kHz 


15 k 




P6022 

Passive 

Term 


8 5 k 200 




1 or 10 


0.2 


9x10-6 




6 


3 kHz 


10 MHz 


100 


330 


134 


100 


65 


1 mA to 1 A** 




0.2 


9x10-6 




6 


1.3 kHz 


10 MHz 


15 




CT-1 


30 k 


1000 




5 mV/mA 


0.2 


1x10-6 




1.4 






100 


331 


CT-2 


1.2 k 100 




1 mV/mA 


0.2 


50x10-6 




7 






100 


331 



* Scope at 10 mV/div 
“Scope at 50 mV/div 



Recommended Probes — For 7000 Series see 
page 152, for 5000 Series see page 206, for 400 
Series see the individual instrument description 



OTHER PROBES 



Probe 


Package Number 


Function 


Use 


Page 


P6048 


010-0215-00 


Low Capacitance 1 pF, 1 kit 


400 Series 


328 


P6058A 


010-0260-00 


Temperature and 
Voltage Probe 


DM 501. DM 501 A 
7D13 




P6430 


010-6430-00 


Temperature Probe 


DM 44. DM 502 


233.326 


P6104 


010-6104-00 


Voltage Probe 


465M 


326 


40 kV 


010-0277-00 


High Voltage Probe 


DM 501 A 
DM 502A 




P6451 


010-6451-03 


Data Acquisition 
Probe 


7D01 


66.326 


P6401 


010-6401-01 


Logic Probe 


TTL 

Logic 


66.326 

348 


P6406 


010-6406-01 


Word Recognizer 


308 


66 


P6420 


010-6420-03 


RF Probe 


DM 501 A 
DM 502A 
DM44 


300.327 


P6601 


010-6601-01 


Temperature 

Probe 


DM 501 A 
DM 502A.7D13 


256 


P6125 


010-6125-01 


Digital Counter 
/Timer Probe. 5X 
Attenuation 


DC 503A 
DC504 
DC 505A 
DC 508 
DC 509 


264.300 



324 



